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Processing and exploration of CT images for the assessment of aortic valve bioprostheses.

Traitement et exploration d'images TDM pour l'évaluation des bioprothèses valvulaires aortiques
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I -INTRODUCTION

Durant la dernière décennie, l'utilisation de bioprothèses valvulaires aortiques a considérablement augmenté. L'amélioration des techniques chirurgicales et la durabilité des valves ont probablement contribué cette augmentation. D'autre part, ces vingt dernières années, le risque de décès secondaire à une ré-intervention pour une chirurgie valvulaire aortique à parallèlement diminué.

La mortalité opératoire des ré-interventions pour chirurgie valvulaire aortique élective est comprise entre 2 et 7%. L'amélioration de la qualité de vie des patients et ces bons résultats chirurgicaux contribuent à la large diffusion de l'implantation des bioprothèses, même chez des patients jeunes. Ce phénomène, associé à l'augmentation de l'espérance de vie dans les pays industrialisés, va probablement avoir des conséquences dans quelques années, quand de nombreux patients âgés présentant des comorbidités multiples vont nécessiter une ré-intervention pour dégénérescence de bioprothèse. Les données de la littérature montrent que le taux de mortalité peut augmenter à plus de 30% chez des patients à haut risque. Avec l'apparition des valves percutanées pour traiter le rétrécissement valvulaire aortique chez les patients à haut risque opératoire ou récusés à la chirurgie, la communauté médicale a découvert une option séduisante, bien qu'encore débutante, pour traiter le même type de patients présentant une défaillance de bioprothèse. En effet, l'implantation de valves percutanées évite une nouvelle sternotomie, une nouvelle circulation extra-corporelle et peut potentiellement réduire les coûts en accélérant la récupération du malade et en réduisant la durée du séjour hospitalisé. Les résultats préliminaires montrent que la procédure « valve-in-valve » est faisable, mais des études complémentaires sont nécessaires pour accepter définitivement cette technique moins invasive. Cependant, même si cela n'a pas été accepté de manière définitive par les autorités médicales ni par l'industrie, l'impression générale et les pratiques « sur le terrain » nous font considérer cette procédure comme un traitement prometteur. De multiples petites séries corroborent cette impression générale. En raison d'une meilleure qualité de vie après implantation de bioprothèse aortique, les chirurgiens cardiaques implantent aujourd'hui de plus en plus de matériel biologique, même chez les patients jeunes, au vu de la possibilité future d'implantation de prothèse par voie percutanée en cas de dégénérescence. En effet, cette future option déjà adoptée est responsable de l'extension des indications d'implantation de bioprothèses aux plus jeunes patients avec comme conséquence l'augmentation de l'incidence de la dégénérescence dans les années à venir.

La cause la plus fréquente de défaillance de bioprothèse est la dégénérescence des feuillets valvulaires. L'examen de référence de suivi des patients après remplacement valvulaire aortique reste l'échographie trans-thoracique (ETT), avec l'échographie trans-oesophagienne (ETO) en cas de doute à l'ETT. L'échographie est le gold-standard pour évaluer la fonction des bioprothèses. Cependant, l'ETT et l'ETO restent limitées pour l'exploration morphologique des bioprothèses, spécialement en ce qui concerne les valvules des bioprothèses, à cause de leur finesse et de l'ombre acoustique causée par le stent ou par l'anneau de suture qui gêne souvent une bonne visualisation des feuillets. De plus, du fait de leur nature bidimensionnelle, il est généralement impossible de visualiser les feuillets qui ne sont pas orientés dans le plan de la sonde. Même l'échographie 3D garde, pour le moment, des applications limitées dans le cadre des bioprothèses aortiques, pour les mêmes raisons.

Ces dernières années, le scanner multi-coupes s'est avéré être un outil prometteur pour préciser des informations diagnostiques dans différentes situations cliniques, comme l'évaluation non invasive des coronaires, la fonction ventriculaire, la morphologie ventriculaire et la viabilité myocardique. L'objectif de cette thèse est d'évaluer la faisabilité de l'analyse morphologique des bioprothèses valvulaires aortiques à partir du traitement et de l'exploration de l'imagerie scanner multi-coupes synchronisée. Après une présentation du contexte de nos travaux et de l'approche envisagée nous abordons plus précisément les questions liées au prétraitement des images, à la segmentation des structures d'intérêt, et à la visualisation spatio-temporelle.

II -CONTEXTE MEDICAL ET APPROCHE PROPOSEE

Après la présentation des différents types de bioprothèses disponibles et de leur évolution au cours des années, une analyse de la durabilité des bioprothèses en position aortique est réalisée. Plusieurs modalités en termes de dégénérescence peuvent intervenir sur les bioprothèses, mais la dégénérescence des feuillets valvulaires prothétiques reste la plus commune avec le développement de calcifications ou déchirures. L'apparition d'une micro-thrombose des feuillets dans le postopératoire immédiat, liée à un défaut de traitement anti-thrombotique, est à considérer comme un mécanisme favorisant le développement précoce d'une altération structurelle des feuillets. L'option thérapeutique de choix pour traiter la dégénérescence structurelle d'une bioprothèse est la ré-intervention. Celle-ci est aujourd'hui une option à risque opératoire limité, mais en présence de facteurs aggravants (comorbidités multiples, urgence, etc..) elle peut devenir une intervention à très haut risque.

Le développement des procédures d'implantation endovasculaire (trans-cathéter) des valves a permis de considérer ce type d'implantation valable aussi dans les cas de dégénérescence de bioprothèse dans l'optique de traiter les patients à risque très haut ou prohibitif. La procédure valve-dans-valve représente une option thérapeutique intéressante mais plusieurs problèmes sont encore à considérer concernant la bonne sélection des cas et la réalisation de la procédure qui reste empirique à l'heure actuelle.

Une planification et optimisation de cette implantation pourrait améliorer les résultats.

Avec l'arrivée des bioprothèses trans-cathéter nous assistons à la naissance d'une nouvelle époque pour le traitement des maladies valvulaires guidé par l'image. Les différentes modalités d'imagerie deviennent de plus en plus nécessaires pour les praticiens de nouvelle génération, car la bonne compréhension structurale et morphologique de la pathologie permet une meilleure planification des procédures. Cela se traduit par une plus grande prise de conscience de la pathologie et devrait par conséquent faciliter la décision clinique et améliorer les résultats. L'évaluation fonctionnelle des bioprothèses après remplacement valvulaire aortique s'appuie sur des paramètres échocardiographiques qui permettent, conjointement aux données cliniques, le suivi des patients. Toutefois, la fiabilité de l'échographie n'est pas la même lorsque l'on s'intéresse à la compréhension morphologique de la dégénérescence des bioprothèses qui pourrait être utile au cours du suivi standard ainsi que pour la prise de décision quant à la solution thérapeutique. Les mécanismes de défaillance tels que les calcifications ou les déchirures, la formation de pannus ou de thrombose des feuillets valvulaires devraient être détectée en pré-opératoire afin de choisir le traitement le plus adapté et de personnaliser la stratégie thérapeutique.

Dans ce contexte, l'un des points clefs de l'analyse morphologique 3D concerne la mise en oeuvre de méthodes performantes pour le traitement des images préopératoires. -Protocole in-vivo : images préopératoires obtenues par un angio-scanner coronaire synchronisé à l'ECG et centré sur la bioprothèse avec une reconstruction rétrospective de plusieurs phases du cycle cardiaque. La diastole (70% du cycle cardiaque) était considérée la plus adaptée pour analyser une bioprothèse avec ses feuillets en position de fermeture.

-Protocole ex-vivo : images postopératoires de la bioprothèse dégénérée explantée du patient. Un protocole rochers était réalisé de façon à obtenir des images haute résolution à utiliser comme référence.

Nous avons utilisé les données du scanner multi-coupes pour une évaluation morphologique tridimensionnelle des bioprothèses valvulaires aortiques, en particulier des feuillets prothétiques dégénérés.

L'approche proposée pour l'analyse morphologique des feuillets valvulaires est représentée par la figure 1. Les principales étapes intervenant dans le traitement des images sont les suivantes : (1) définition de la région d'intérêt (ROI) selon le type de stent de la bioprothèse, (2) prétraitement pour la réduction du bruit et le rehaussement des images, (3) segmentation des différentes composantes de la bioprothèse par un processus de croissance de régions (4) visualisation tridimensionnelle des résultats. Afin d'évaluer la performance de la segmentation des images « in-vivo » (images préopératoires), les méthodes de segmentation ont également été appliquées aux images « ex-vivo » (bioprothèses explantées). 

III -PRETRAITMENT

Les images scanner représentent des images nécessaires et relativement faciles à réaliser dans un contexte de bioprothèses altérées que ce soit dans l'optique d'une ré-intervention ou d'une procédure valve-in-valve. A l'heure actuelle, les outils d'analyse d'images disponibles ne permettent pas de traiter les images de façon à rehausser les feuillets prothétiques pour faciliter la segmentation de ces derniers. Différents types de méthodes de réduction d'artefacts et de bruit, applicables aux images scanner cardiaque, ont été présentées dans la littérature pour corriger ces altérations. Parmi celles-ci nous avons plus particulièrement relevé les méthodes ayant des propriétés directionnelles et fondées sur la diffusion anisotrope.

A. Région d'Intérêt

Afin de faire face aux difficultés rencontrées lors de la segmentation des images tomodensitométriques relatives à la bioprothèse (objets métalliques, finesses des feuillets, densité des composants valvulaires par rapport au stent), nous avons considéré une région d'intérêt (ROI). Bien que cette région doit inclure toutes les structures de la bioprothèse, elle doit également être aussi petite que possible. Dans cette région, qui est plus petite qu'un volume englobant cubique, la diminution du nombre de voxels doit permettre de simplifier le débruitage et la segmentation (notamment au niveau de la limite externe des feuillets), et de diminuer le pourcentage d'artefacts métalliques et d'erreur de segmentations (principalement causées par le bruit).

La forme de cette région d'intérêt est fonction du type de la valve implantée.

Nous avons considéré deux types de forme : (a) cylindrique, utilisée de préférence pour les stents métalliques incomplets et (b) conformationnelle pour les bioprothèses avec stent métallique complet (figure 2). 

C. Résultats

Pendant la ré-intervention le mécanisme de dégénérescence de chaque bioprothèse explanté était évalué. La figure 3 Le premier exemple est représenté par le cas de la bioprothèse péricardique (HER). Grâce à la haute qualité de ces images toutes les méthodes de segmentation donnent des résultats qualitativement similaires et satisfaisants (figure 5). En outre, il existe de nombreuses régions incomplètes dans les feuillets.

La visualisation des résultats de segmentation a été réalisée par rendu volumique (figure 7). La présence d'un pannus sous-valvulaire calcifié est caractéristique dans ce cas et responsable de l'obstruction de la valve. Une correction de la différence de volume entre les données in-et ex-vivo pour les feuillets prothétiques était envisagée en considérant le stent comme structure de référence. L'estimation du taux de correction permettant de compenser des distorsions pouvant être liés à différents facteurs (mouvement des structures, conditions anatomo-physiologiques in-vivo vs. ex-vivo), pourrait être assimilée à un étalonnage. L'application de ce taux de correction dans le cas HER semble réduire les différences entre les volumes des feuillets in-vivo et ex vivo (figure 9). Dans les deux cas (bioprothèse, valve native), la séquence spatio-temporelle complète a pu être visualisée à partir des données fournies par la phase de pré-traitement uniquement. Dans le cas de la bioprothèse, même si certaines zones des feuillets apparaissent transparentes on distingue les mouvements de fermeture et d'ouverture des feuillets ainsi que les zones calcifiées et non calcifiées. Ces mouvements pourraient à terme être analysés plus finement et quantifiés pour caractériser l'altération fonctionnelle de la bioprothèse. Dans le cas de la valve native, même si la compensation de mouvement est moins contrôlée (en raison de l'absence de stent), le rendu semble de meilleure qualité (en raison de l'épaisseur des feuillets valvulaires) et on peut clairement observer la paroi artérielle, le mouvement des feuillets altéré par la présence de calcifications importantes.

VI. CONCLUSION ET PERSPECTIVES

Même si s'échocardiographie reste la référence pour l'analyse fonctionnelle des bioprothèses dégénérées, ces dernières années ont vu naître un intérêt particulier concernant l'analyse morphologique de la valve aortique par images 

I -INTRODUCTION

During the last decade, the relative use of bioprosthetic aortic valves has clearly increased. Improvements in surgical techniques and valve durability are likely to have fueled this increase. On the other hand, over the last 2 decades, the mortality risk of redo aortic valve surgery has decreased similarly. The operative mortality for an elective redo aortic valve surgery is reported to range from 2% to 7%. Together with the best postoperative quality of life, these good surgical results contribute to the large diffusion of bioprostheses implantation even in younger patients. This phenomenon, associated to the increased life expectancy in industrialized countries, will probably show its consequences in the next years when a large number of elderly patients with associated comorbidities will need a re-intervention for bioprosthesis degeneration.

Literature data show that mortality rate can increase to more than 30% in high-risk and non-elective patients. With the introduction of the transcatheter aortic valve to treat native aortic valve stenosis in high or prohibitive surgical risk patients through a less invasive technique, medical community has discovered a seducing but still emergent option to treat bioprosthesis failure in the same kind of patients. In fact transcatheter valve implantation avoids re-sternotomy and cardiopulmonary bypass and can potentially reduce resource utilization by accelerating patient recovery and reducing length of hospital stay. Preliminary results showed that this "valve-in-valve" procedure is feasible, but additional data should be verified to definitively accept this less invasive option. However, even if not yet officially recognized from authorities and manufacturers, the general feeling and the 'real life' practice consider this procedure as a potential treatment and multiple small series are going to be reported. Because of the best quality of life for patients after bioprosthetic aortic valve replacement, cardiac surgeons are implanting today more and more biological devices, even in younger patients, taking into account the possibility of a transcatheter procedure in case of degeneration. Indeed, this "accepted future option" is responsible for a further diffusion of bioprostheses implantation in younger patients with consequent increasing incidence of failure in the next years.

The most frequent failure modality for bioprostheses is represented by leaflet degeneration. The current reference standard for follow-up in patients after aortic valve replacement remains trans-thoracic echocardiography, with trans-esophageal exploration in case of questionable findings at trans-thoracic. Echocardiography represents the gold standard for functional assessment of bioprostheses. However, both trans-thoracic and trans-esophageal echocardiography have limited usefulness for the morphological assessment, especially concerning bioprosthetic leaflets, because of their thickness and the acoustic shadowing from stent or suture ring that often prevents good leaflet visualization. Furthermore, given their two-dimensional imaging nature, it is generally impossible to directly image the leaflets that are not oriented in the imaging plane. Even the new 3D echocardiography has, for the moment, limited application on the aortic bioprostheses also because of the anterior position.

In recent years, multi-detector computed tomography has emerged as a promising tool to provide precise diagnostic information in different clinical situations, such as non-invasive evaluation of coronary disease, ventricular morphology and function and myocardial viability. Multi-detector CT can also help visualize the morphology and motion of native and diseased stenotic aortic valves and precisely measure aortic valve opening areas. Several studies suggest that multi-detector CT can help assess mechanism of dysfunction in mechanical prosthetic heart valve disorders.

Few recent studies have showed that 64 multi-detector CT allows better visualization of the bioprosthetic valve leaflets comparing to echocardiography and that it could play a role in clarifying the mechanism of dysfunction.

In general clinical practice CT scan images normally allow a tridimensional reconstruction of the structures of interest, thanks to their high spatial resolution. The 3D analysis of these images should improve the users understanding and facilitates the planning of surgical/interventional procedures on these structures.

In this context, the starting idea of this research work was that the tridimensional reconstruction of bioprosthetic structures, in particular of prosthetic leaflets, could make easier the morphological analysis of degenerated bioprostheses during normal follow-up and be used for patients' selection, improved planning and mapping of valve-in-valve procedure.

Currently, the available tools to analyze and process CT scan images do not allow an efficient and effective tridimensional reconstruction of the bioprostheses leaflets because of their thickness. Bovine pericardium and porcine valve leaflets are in fact too thin and CT images are altered by noise, stent metal artifacts and heart beat. This makes difficult the automatic analysis with available tools and new methods to process these high resolution images have to be considered.

The aim of this study was to assess the feasibility to analyze and morphologically characterize 3D MSCT images of degenerated bioprostheses. Multiple methods for noise reduction, segmentation and visualization are available in literature. After a presentation of the context of our work and the proposed approach, in the following we deal with issues of pre-processing and enhancement of CT images, of segmentation of bioprothesis, and of spatio-temporal visualization of valve structures.

For each of these issues we present related works, our contributions and results.

II -CONTEXT

In this chapter, we introduce the context of our work. We more precisely present aortic valve bioprosthesis, with the types of devices and the mechanisms of bioprosthesis failure, the valve-in-valve procedure, as well as the cardiac imaging techniques, including MSCT scan and gating. At the end of this chapter, we introduce the proposed approach to analyze thin cardiovascular structures as valve leaflets from MSCT data.

AORTIC VALVE BIOPROSTHESES

Aortic valve replacement represents a standardized and safe operation for the treatment of severe aortic valve disease and, at the same time, one of the most frequent procedures in cardiac surgery. For the Euro Heart Survey on Valvular Heart Disease, that has prospectively collected data from patients with aortic valve disease and treated during the period April-July 2001 in 92 institutions from 25 european countries, the aortic valve stenosis represents the most frequent valve disease (33.9% of total), followed by mitral regurgitation (24.8%) [2.1]. Moreover, in patients with aortic valve stenosis the native valve was replaced by a bioprosthesis in 50% of cases; a mechanical prosthesis was used in 49% of patients. Homograft and autograft represented the 0.6% and the 0.4, respectively. On the contrary, in patients with aortic insufficiency a mechanical prosthesis was mostly used (76.5%), probably because of the younger age of these patients. Observed operative mortality was 3.1% in cases of aortic valve stenosis and 3.4% in cases of aortic insufficiency. 

Types of Devices

Stented bioprostheses

Stented bioprostheses represent in terms of numbers, the most used biological vascular devices. This subgroup includes valvular devices realized using a rigid artificial structure (stent) including a metallic part that represents the support for the biological tissue (leaflets). First-generation bioprostheses were preserved with high-pressure fixation and were placed in the annular position. They include the Medtronic Hancock Standard and Modified Orifice and the Carpentier-Edwards Standard porcine prostheses, not more used in clinical practice.

Second-generation prostheses are treated with low or zero-pressure fixation.

Several second-generation prostheses may also be placed in the supra-annular position, which allows placement of a slightly larger prosthesis in order to reach a best effective orifice area with consequent hemodynamic advantages and lower risk of patient/prosthesis mismatch. These bioprostheses have largely been used in clinical practice (Fig. 

Stentless bioprostheses

Stentless porcine valves (Fig. 2.3) have gained popularity in cardiac surgery due to pioneering work by David at the Toronto General Hospital in 1988 [2.3].

Since they do not have obstructive stents and strut posts, stentless valves provide residual gradients and effective orifice areas that are similar to freehand allografts. Since stentless valves are more difficult to implant and require a longer cross-clamp time, the risks of operation must be matched to a specific benefit the patient may receive with a stentless valve. There is conflicting evidence that the use of stentless valves results in improved left ventricular mass regression over stented bioprostheses. There is also no evidence that incremental improvements in left ventricular mass provide additional clinical benefit. Thus, the routine use of stentless bioprostheses cannot be recommended for most patients with small aortic roots with the currently available data. At this time, stentless porcine valves are most useful in a relatively younger patient with a small aortic root who is active and likely to be limited by the elevated residual gradient a stented bioprosthesis will create. The first stentless device used in modern clinical practice was the St Jude Toronto SPV [2.4]. Other devices in this class are represented by the Medtronic Freestyle, the Edwards Prima and the Sorin Solo.

Homografts and autografts

Other substitutes that could be used to replace the aortic valve in some particular cases are the homo-and auto-grafts. The homograft is represented by a complete cryopreserved human aortic root (Fig. 2.4). It is real tissue transplantation and it is treated to reduce antigenicity before its implantation. After, it doesn't need immunotherapy. Implantation involves not only the diseased valve but also the aortic root with coronary arteries reimplantation, with a consequent increased operative risk comparing to simple aortic valve replacement.

The most important interest is represented by the high resistance to infections that explains their potential use in case of destroying infective endocarditis.

Homografts have also been used, during a short time, for aortic root replacement in young patients for their best durability comparing to second generation bioprostheses. However, the best results of third generation bioprostheses together with the technical difficulties to reoperate the severe calcified degenerated homografts, have contributed to strongly decrease their use in clinical practice.

The autograft is represented by the use of autologous pulmonary root to replace native aortic root. The native pulmonary root is replaced with a homograft (Ross procedure). This operation is limited to few selected cases and represents a rare choice in cardiac surgery for adults.

Mechanisms of Bioprosthesis Failure

In fact, the number of deaths during follow-up due to non-cardiac causes will mask the true incidence of non-fatal events related to the prosthesis (such as structural degeneration and related reoperation) [2.5-2.6].

Time-related structural valve dysfunction leading to regurgitation or stenosis is the major drawback of bioprosthetic valves. Fortunately, the vast majorities of valve failures are nonfatal and progress slowly; if identified in a timely manner, an elective redo surgery can be performed with relative safety. Structural valve dysfunction is age-dependent. In fact, it is nearly uniform by 5 years in patients younger than 35 years of age, but occurs in only 10% in those older than 65 years of age within 10 years.

Failure modes can be influenced by: 1) host metabolic pathways; 2) bioprosthesis engineering and chemistry (e.g., leaflet suturing material, stent post flexibility, prosthesis fabric covering, leaflet fixation process); and 3) mechanical loading effects (e.g., leaflet flexural stress/strain).

Broadly speaking, bioprosthetic valve failure can be the result of calcification, wear and tear, pannus formation, thrombosis, and/or endocarditis (Fig. 2.5). 

Tab. 2.2: grading of tears in bioprostheses degeneration

The prolapse of one or more valve leaflets is considered by some authors as a specific lesion, while others will consider it as a consequence of a leaflet tear.

However, the prolapse consists in the excessive movement of one or more valve leaflets toward the outflow of the left ventricle. The lesion determining the prolapse can be an important vertical tear of the leaflet free edge or a disconnection of the leaflet from its suture line on the stent (Fig. 2.6). A classification has also been proposed for this type of lesion (Tab. 2.3) [2.14]; according to this classification, only in the two last grades (a pannus which extends for more than 2 mm inside the effective orifice area) will result in significant hemodynamic effects and may result in valve dysfunction.

Tab. 2.3: grading of pannus in bioprostheses degeneration

It should be noted that a mild pannus can be virtually observed in all bioprostheses after the first year post-implantation. It has been suggested also a temporal correlation with the anatomo-pathological grade of pannus. In fact, in a series of explanted pericardial bioprostheses (Carpentier-Edwards Perimount) [2.14], the prostheses presenting a pannus grade 1 were implanted 4.4 years before, while valves showing a pannus grade 2 were implanted 9.1 years before. A similar period of time had elapsed between the implant and the evidence of pannus grade 3 or 4. This suggests that the operating time of the valve is not sufficient to justify the size of the pannus overgrowth. Some additional factors are involved in the pathogenesis of the pannus (probably hemodynamic, metabolic and immune) and these factors vary from patient to patient and realize the differences between the various cases. These mechanisms, however, remain largely unknown.

Thrombosis and endocarditis occur less frequently than the aforementioned modes of bioprosthetic failure, occurring at a rate of 0.2% per year and 1.2% per year, respectively [2.15]. They represent usually sub-acute or acute failure modalities and they need a rapid treatment comparing to other leaflets failures.

Prosthetic valve thromboembolism is a complex phenomenon, occurring through an interaction between prosthesis type and patient-related factors.

The pathologic events leading to thromboembolism start immediately after surgery. Damaged paravalvular tissue and deposition of fibrinogen on the valve surface activate platelets as soon as blood starts flowing across the valve leading to immediate platelet adhesion and aggregation. Within 24 h after surgery, platelet deposition on the Dacron sewing ring can be imaged radiographically.

VALVE-IN-VALVE PROCEDURE

Although, as described above, the risk of reoperation of bioprosthesis is gone considerably decreasing during the last few years (down to 2% of reported operative mortality), on the other hand it is known that the mortality rate can reach up to 30% for patients at high surgical risk because of multiple co-morbidities and non-elective conditions. In 2007, Wenaweser et al. [2.16] reported the first case of a transcatheter valve implanted into a degenerated surgical aortic bioprosthesis using a Medtronic CoreValve system (Fig. 2.8). Since then, numerous case reports have been described also with the use of the other available device Edwards Sapien (Fig. 2.9) and through different accesses as trans-femoral, trans-apical and trans-axillary [2.17 

3D CARDIAC IMAGING

MULTI-SLICE CT (MSCT) FOR CARDIAC IMAGING

2.4.1 ECG-Gated Cardiac CT [2.30] MSCT was presented to cardiac imaging in 1999. The current generation of MSCT systems is capable of acquiring 4 to 64 sections of the heart simultaneously with ECG gating in either a prospective or retrospective mode.

MSCT differs from single detector-row helical or spiral CT systems principally by the design of the detector arrays and data acquisition systems, which allows the detector arrays to be configured electronically to acquire multiple adjacent sections simultaneously. In the current 64-row MSCT systems, the thickness of slice can be of 0.6 mm at least.

General Principles

The basic principles of MDCT are relatively simple (Fig. 2.12 A). The X-ray point source and the detector array are placed on opposite sides of the patient on a ringlike structure called the gantry. The gantry rotates around the patient, who is located on a table at its center. The table moves at constant speed along the axis of the gantry. X rays are emitted toward the patient, penetrate the patient, and are captured by one or more detectors. This process generates a series of helical projections of the patient's attenuation properties.

Images representing X-ray attenuation at each point in the volume traversed by the photons are then mathematically reconstructed from the helical projection data (Fig. 2.12 B). Effective slice thickness using a single-slice detector scanner is determined by collimation, whereas in multidetector scanners it is determined by both the detector configuration and the reconstruction method. The table travel per complete rotation of the gantry divided by the X-ray beam width is called the "beam pitch." The beam pitch conforms to the current industry standard of pitch. In multidetector scanners, another definition of pitch is sometimes used:

the table travel per complete rotation of the gantry divided by the detector width, called the "detector pitch." With a (beam) pitch of 0, there is no table motion and scanning is axial. With a pitch of 1, the table displacement for each rotation is equal to the z-axis dimension of the array of active rows of detectors.

A pitch greater than 1 implies gaps in the helix of projections, whereas a pitch between 0 and 1 implies overlap between the projections (Fig. 2.13). Several elements of cardiac CT can be optimized to produce the best possible images at the lowest dose of radiation, such as patient position, heart rate, pitch, collimation and dosimetry.

Clinical Indications

The two most important clinical indications for cardiac CT are calcium scoring and coronary CT angiography. CT may also be used to characterize coronary plaque and to evaluate cardiac function, myocardial perfusion, infarcts, tumors, pericardial disease, postsurgical complications and congenital malformations.

The exact roles of coronary CT angiography for atherosclerotic heart disease and patient selection criteria for coronary CT angiography are under investigation.

CONCLUSION AND PROPOSED APPROACH

With In this context, some methods to allow 3D leaflets analysis should be considered. It becomes necessary to provide morphological images of aortic bioprostheses, easy to be realized and processed, in order to obtain information about anatomical images weakly contrasted.

MSCT scan images of the bioprosthesis can be easily obtained because all patients with a failing aortic bioprosthesis, waiting for reoperation or considered for a valve-in-valve procedure receive a MSCT for complementary information such as coronary assessment, cardiac structures relations or vascular assessment.

The overall approach (Fig. 

III -PREPROCESSING

Multi Slice Computed Tomography (MSCT) shows a high spatial resolution and can also be used to acquire spatio-temporal data during the cardiac cycle. In this work we are interested in using MSCT data to analyse and to assess the morphology and pathological features of aortic valve bioprosthesis including thin structures such as leaflets. Because of their low density, leaflets (B) appear as dark structures in MSCT images. Due to their thin structure, they can be observed as regions of a few voxels of thickness in their non degenerated part. In addition images are altered by metal artifacts and noise that need to be reduced while keeping details of leaflets.

NOISE AND ARTIFACTS ANALYSIS

Noise and metal artifacts in MSCT images

The main source of noise in CT is quantum noise [3.1-3.3]. It results from statistical fluctuations in the number of X ray quanta. In MSCT images, noise is emerging from several sources: detector elements, signal transmission, reconstruction and processing methods, etc. Due to these complex dependencies, the noise distribution model is usually unknown.

Streak artifacts constitute a kind of directed noise, like metal artifacts, that results in general from an inconsistency in projection sample measurements. Bioprosthesis can have complete or incomplete metallic stents. Because of the higher atomic number, the metal object attenuates X-rays in the diagnostic energy range much more than soft tissues and bone, and much fewer photons can reach detectors [3.4] 

Motion-related Imaging Artifacts

Although cardiac CT imaging has a very high temporal resolution (between 80ms and 330ms), this is not enough to avoid the motion-related imaging artifacts of leaflets. MSCT demands a 65 bpm heart rate limitation (for the coronary arteries) [3.5]. The motion-related imaging artifacts may cause false segmentation of moving leaflets (both bioprosthesis and native), increasing the thickness value.

Spatial resolution

Currently, the spatial resolution of MSCT can reach values down to 0.3 mm per pixel and 0.6 mm for z-axis [3.5]. Analyzing aortic valve bioprosthesis, the problem is represented by leaflets thickness. Depending from the type of bioprosthesis, pericardial or porcine, and from the manufacturer, leaflet thickness is submillimetric. In the process of filtered back projection (FBP), voxels, whose spaces include both leaflets and vascular lumen with radio contrast dye, may be affected by partial volume effect.

STATE OF THE ART: MSCT IMAGE PREPROCESSING

Maintaining information details while reducing noise and artifacts is essential in the processing of ECG-gated MSCT images. However, the noise and metal artifacts in MSCT images cannot be accurately modeled into one specific distribution [3.6, 3.7]. When considering thin structures it can be difficult to distinguish informative anatomical/pathological features from noise/artifact. In the following we present some pre-processing methods reported in the literature to reduce metal artifacts and noise.

Metal artifact reduction

Metal objects in the field of interest cause inconsistencies of the acquired data set. During the image reconstruction using the standard filtered back projection (FBP), these inconsistent values lead to metal artifacts that overlay the whole image as star shaped streaks. To enhance the image quality and to ensure a correct diagnosis, metal artifact reduction (MAR) techniques are required. In the last three decades, many MAR methods have been presented. One popular strategy is the substitution of metal influenced Radon values with surrogate values [3.4]. This technique first separates metal data from uninfluenced values in Radon space. A re-computation of the influenced data is possible, e. g. using detector based interpolation [3.8], sinogram-gradient based interpolation [3.9, 3.10], wavelets [3.11] or an adapted inclusion of the metal influenced data [3.12]. However, even with high level interpolation residual inconsistencies may remain. Since the standard FBP is very susceptible also to residual inconsistencies, a more appropriate reconstruction method is required to reduce or rather avoid metal artifacts.

Projection-based method for reducing metal artifacts caused by hip prostheses in multi-slice helical CT was presented [3.13]. The proposed method is based on reformatted projection, which is formed by combining the projection data at the same view angle over the full longitudinal scan range. Detection and segmentation of the metal were performed on each reformatted projection image. Two dimensional interpolation based on Delaunay triangulation was used to fill voids left after removal of the metal in the reformatted projection.

The corrected data were then reconstructed using a commercially available algorithm. The main advantage of this method is that both the detection of the metal objects and the interpolations are performed on complete reformatted projections with the entire metal region.

Noise reduction

In order to reduce the noise in CT images a preprocessing step is usually implemented. The goal of this preprocessing is to increase the signal to noise ratio (SNR) as well as to increase the contrast of the structures of interest.

Classic smoothing filters, such as Median filter and Gaussian blur, may not give acceptable results. We present in the following some of the filtering approaches reported in the literature such as Hessian based filters and anisotropic diffusion filters that, in our opinion, could be interesting to reduce noise in MSCT images of thin structures.

Hessian based filters

This class of filters is also called "vessel enhancing filters". They have strong abilities of keeping small vessel details while reducing noise in the image.

Lorenz filter [3.14], Frangi filter [3.15] and Sato filter [3.16] were proposed for noise reduction and segmentation in medical images of vessels.

3D Hessian matrix is defined as follows: 
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The eigenvector associated with the smallest eigenvalue points out the direction with the smallest curvature of Hessian matrix (direction of vessel).

Other 2 eigenvectors define a plane orthogonal to the vessel direction.

When considering voxels within an ideal tubular structure, the eigenvalues behave typically as follows: The vesselness function is defined as:
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Where: Hessian based filters show a good adaptability to tubular structures such as vessels. But in the case of aortic valve prosthesis, some components, like leaflets, cannot be featured by cylindrical patterns.

Partial differential equations (PDE) based filters

The anisotropic diffusion filters are non-linear filters based on partial differential equations. They have been proposed for noise reduction and segmentation in different types of cardiac images, especially in high level noise CT images and ultrasound images.

The main idea of anisotropic diffusion filters is that image features, such as discrete gradient, modified curvature or local variance, can be used to derive different intensities of diffusion in different directions.

Perona-Malik (PM) Model [3.17] was the first introduced anisotropic diffusion filter in 1990. All of other anisotropic diffusion filters were developed from this filter. In PM Model, the values of resulting voxels  is an additional parameter to control overall diffusion intensity. In addition to the strong assumption on noise distribution, which introduces a new parameter  , the difficulty of determining the parameter k is not solved in Catté_PM model.

Fourth-order partial differential equation (F_PED) [3.19] was presented in 2000.

It introduced fourth-order partial differential equation in the diffusion equation.

This filter can reduce staircase but it may produce strong impulse noise (salt and pepper noise) during filtering.

To deal with impulse noise appearing during diffusion, Anisotropic Median Diffusion (AMD) model [3.20] introduced a median filtering after diffusion iteration:
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W is the neighborhood used in additional Median filter.

Tukey's Biweight function (also known as bisquare function) [3.21] was introduced to perform a piecewise-smoothing: Because its good performance in terms of robustness and edge keeping, AMD model combined this function with the classifier c(x) used to distinguish edge and noise:
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When the gradient is smaller than k, the neighboring voxel is considered to has a large probability to be inside the same object as the current voxel, the diffusion is not limited; When the gradient is between k and 5k , the probability is less and the diffusion is limited; when the gradient is bigger than 5k , it is considered that the neighboring voxel belongs to an other object and the diffusion is stopped. [3.21] also presented a method to determine parameter k using median absolute deviation (MAD):
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which is the MAD of the discrete gradient in the region of interest.

Kernel anisotropic diffusion (KAD) [3.22] was presented to preprocess images with high level of noise. It incorporates a kernelized gradient operator in the diffusion, leading to more effective edge detection and providing a better control of the diffusion process. The main drawback of this approach is the size of the kernel. The large size of the kernel required to reduce noise is not well adapted to the processing of thin structures.

Anisotropic Curvature Diffusion, which is based on a modified curvature diffusion equation (MCDE) [3.23-3.25], has been introduced to overcome impulse noise enhancement in anisotropic diffusion filter. In anisotropic curvature diffusion, the discrete gradient , t p q I  used in PM Model was replaced by a curvature function:
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where , t pq L is the line defined by the current voxel and a direction given by a voxel of the neighborhood p  .

, () t pq Curv L is the discrete curvature at the voxel along this line.

Vessel enhancing diffusions (VED) [3.26] Where:

' T D QQ   Q is Eigenvector matrix of Hessian matrix.
Min-Max curvature flow [3.27, 3.28] was presented as a class of PDE-based algorithms suitable for image denoising and enhancement in 1995.

These techniques are applicable to both impulse noise and full-image continuous noise. It applies a variant of the curvature flow algorithm on 2D

images where diffusion is turned on or off depending of the scale of the noise that one wants to remove.

The value of voxels after filtering is defined as follow:
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Max min flow is defined as:

where a(x, y) is the average value of image intensity I(x, y) in a small neighborhood around the pixel (x, y), and G(x, y) is defined as the average intensity evaluated in the direction perpendicular to the gradient direction.

And Min Max curvature flow is defined as:

(3.10)
where T is some threshold value set on the local gradient magnitude to enhance selected regions. Pixels at which the gradient magnitude is greater than T are preferred and are diffused using the min/max flow. The remaining points are diffused using the plain curvature flow.

Anisotropic diffusion filters may be suitable for reducing noise in MSCT data of bioprosthesis thanks to their ability of keeping the details of structures along different directions.

The main drawback of these filters is their limited performance in case of high level noise. Although modified models introduced different features and improved diffusion equations, this limitation still exists and has to be considered, especially in the case of cardiac MSCT images.

Noise reduction in LDCT images

Reducing dose during CT imaging is new challenge. In recent years, some specific techniques have been proposed for improving the quality of Low Dose CT (LDCT) images which include very high level quantum noise.

For instance, a hybrid approach, making use of low-pass and directional filters from previously segmented regions (both non-structured and structured), has been described [3.29].

In 2010, a filter named SharpView CT applies a multi-frequency analysis to divide the image into several subbands and separately process them before re-combination [3.30].

In 2011, a weighted intensity averaging over large-scale neighborhoods (WIA-LN) was proposed for processing abdominal LDCT images, which can be deemed as a large-scale nonlocal means (LNLM) [3.31].

The weighted large-scale averaging in the LNLM method relies on the information redundancy property within a local neighborhood to suppress mottled noise without obvious loss of image details. Nevertheless, the LNLM method is not effective in suppressing the non-stationary streak artifacts in thoracic CT images [3.31].

A qualitative and quantitative study performed on a thoracic phantom and a comparison with the HDCS filter [3.32] was reported. Results obtained on real data with an expert-based evaluation, show that the proposed method achieved effective noise/artifact reduction in thoracic LDCT images with little compromise in contrast. The center of the top surface is obtained from the center of the 3 metal points of the incomplete metallic stent, and the cylinder radius is taken as the maximum distance between the metal points and the center.

The direction of the plane defined by the 3 metal points of the stent is used to determine the direction of the cylinder axis. The height of the cylinder is determined assuming a prior knowledge on the bioprosthesis features. In order to completely include the leaflets, which are moving structures, a margin on the cylinder height was considered.

The conformational ROI is also estimated by considering a prior knowledge about the bioprosthesis. We assume that the type and the main geometrical features of the bioprosthesis placed in the patient are known. A simple geometrical model of the different structures is used to construct a volumetric model of the bioprosthesis. This model determines the conformational ROI. In this ROI the volume of the leaflets is expanded with spatial margins in order to take into account their different spatial configurations resulting from their motion in in-vivo conditions.

The stent is used to fit the conformational ROI model to the bioprosthesis observed in the CT images. The metal part of the stent, which is characterized by high gray levels, is coarsely segmented thanks to a simple image thresholding operation. The parameters of the ROI, such as its size, position, direction and rotation can then be determined from the segmented stent.

A 3D Hough transform [3.33] is used to identify the bottom circle of the metallic stent (Fig. 3.6), and thus to determine the position, radius, height and direction of the stent and ROI. The rotation is determined by detecting the missing parts of the circle. 

DENOISING

As already mentioned, the level of noise in the considered MSCT images is high. The aim of the preprocessing step is to enhance the image, in other words to reduce the noise while keeping as much as possible the information on the structures of interest. To quantitatively assess this level of noise, we considered the signal-noise ratio (SNR). It is also used as a performance criterion to compare the image resulting from different image processing algorithms.

SNR shows the ratio between energy of signal and noise. Nevertheless, "energy" is difficult to define in the case of images. We used the definition given in [3.34]: Compared with common MSCT images of the native valve, these images include a high level of noise. SNR varies from 6 to 8 in the case of bioprothesis whereas it is about 15 in the case of the native valve. In order to reduce noise and metal artifacts while retaining the details of thin structures like leaflets we focused on two kinds of filters thanks to their ability of directional analysis.

In Section 3. 

Anisotropic Diffusion Filters

Thanks to the ability of anisotropic diffusion filters to analyze densities in different directions, they have good performance particularly in the case of vascular images. High level of noise is a limitation of anisotropic diffusion filters.

To improve their performance, robustness and impulse noise reduction, we used a modified diffusion equation including Tukey's biweight formulation, median absolute deviation (MAD) and median filtering, originally introduced in Anisotropic Median Diffusion (AMD) approach with PM model (section 3.3.2.2)

In most cases, the values of resulting voxels c(x) is the classifier used to distinguish edge and noise. In all anisotropic diffusion filters we used the modified classifier introduced in AMD:
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where k is a parameter used to control the diffusion intensity in directions. It can be determined by the median absolute deviation: where () i F I denotes the features of all the voxels located in the ROI.

Although edge voxels have features with higher values, they are much less than vascular lumen and leaflets voxels (about 5% or less). The inclusion of edge voxels in this calculating process should not affect MAD results. After each iteration, k should be refreshed. The number of iteration can be a critical parameter.

 is another parameter to control diffusion intensity. Value of  can be determined according to SNR. It was set at 1 (fast diffusion) for a low level of noise. In the case of images showing a high level of noise,  was set at 0.5 (low diffusion).

In case of low SNR impulse noise may be amplified by the filtering process. All of anisotropic diffusion filter might have this drawback.

In order to reduce impulse noise (Fig. 3.8) generated by the filtering process (normally after 6 or 8 iterations), we introduced a median filter in the process: where p indicates the noise voxel and q the neighboring voxel located in neighborhood W. 

Stick Filter

Original Stick filter is a non-linear filter which was presented as a boundary and line detector in 1998 [3.35]. The main idea of this filter is to divide the cubic neighborhood of the considered voxel into a set of sticks, and to use local features (variance, maximum difference between voxels, curvature) to combine intensities along the different directions of the sticks.

Original stick filter

Stick filter was first introduced to reduce strips-like noise in ultrasound images [3.36]. The neighborhood of the current voxel is divided into a set of sticks (Fig. 3.9) to perform a non-linear filtering of the image. The output I' at the current voxel is defined as: (3.16) where i I denotes the local mean value along the i th stick, N is the number of sticks,
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is the reciprocal of local variance along the i th stick and L is the length of stick, used to classify edge and noise. Stick filtering approach has also been used with a neighborhood divided into a set of asymmetric sticks (Fig. 3.10). Because of this asymmetric configuration, the filter could get better performance in terms of keeping details of thin structure while denoising the image. 

Classification of structures

We divided the cubic neighborhood of each voxel in the ROI into a set of asymmetric sticks. The length of stick L should be longer than half of the thickness of leaflets observed in MSCT data, to make sure that for voxels inside leaflets, there is at least one stick crossing the edge between vascular lumen and leaflets.

Different gray level features are first measured along different configurations of sticks subsets according to prior knowledge about the morphological properties of the structures we want to classify.

In sticks set, the stick orthogonal to edge should have the shortest length inside leaflets. For the i th stick we calculate the maximum MG i of the magnitude of local differences of gray levels between the current voxel and j th voxel along the stick:
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We define S M as the stick with the maximum MG value and S m as the stick with the minimum MG value.

If there is no high variation of gray levels in the set of sticks, i.e. when MG i is less than a threshold T MG , we assume that the voxel belongs to the vascular lumen. If all of the sticks in the considered set show high variation of gray levels,

i.e. when MG i is higher than the threshold T MG, we assume that we are in the case of an impulse noise voxel.

For the sticks with high MG values (sticks crossing edge), we select the stick We consider in this case S m , the stick with the minimum MG value defined previously. The current voxel and the direction given by S m define a plane in which we consider a set of coplanar sticks S mC . We assume that the current voxel belongs to a small vessel or an artifact when S m has low MG value, i.e.

MG is less than the threshold T MG , while the coplanar sticks S mC have high MG values, i.e. MG values are higher than the threshold T MG .(Fig. 3.11 B)

The classification process can be summarized by the flowchart reported in Fig. 3.12. 

Possible structures Value of voxel

MG values along:

SM SMC Sm SmC Vascular lumen H L L L L Leaflets L H L Impulse noise H H H H Small vessel or Artifacts H L H

Others

The "high" and "low" values of MG are fixed by the threshold MG T . We propose to determine this threshold MG T adaptively from the level of noise in the images. For the determination of MG T we considered a cylindrical ROI. We estimate MG T by calculating the median of MG values of all the sticks for all the voxels inside the cylindrical ROI:
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Noise reduction

According to the classification of the structures described previously, different noise reduction processes have been implemented. We describe them for the different cases:

-Vascular lumen

The values of resulting voxels I' are obtained from the following Stick filter, which is a modified version of the original stick filter:
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is the median value along the i th stick. To reduce the staircasing due stick filtering, the weighting function g i is given by the Tukey's biweight function:
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with I i,j , the value of the j th voxel along the i th stick.

The Mediane Absolute Deviation of local variances along all sticks inside the ROI is used to automatically determine k:
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is given by absolute median diviation.

The filtering process is applied to the ROI. When part of stick is outside the ROI, we use original image voxels to complete it.

-Leaflets and vascular lumen close to leaflets

The stick filtering defined in equation 3.19 is applied here only on the set of S MC coplonar sticks (sticks inside leaflet or vascular lumen). The stick filtering operation is then given by: NL  ), and gi is defined as previously.

-Impulse noise

To remove impulse noise, we use a median filter with a minimum size neighborhood (of size 3*3*3).

-Metal artifacts

We use a weighted-mean filter to reduce the metal artifacts. In Equation 4.5, we considered

1 i
g  for all the sticks. In this case, the stick filter became a weighted-mean filter with a cubic neighborhood  (width of 2L-1):
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i n is the weight of the neighboring voxels. For a given voxel in the neighborhood, its resulting weight depends on the number of sticks including it. We tipically used 5-voxels length sticks.

This filter could also be used to enhance small vessels, like coronary vessels, but it is not the concern here.

-Other structures For the structures not specifically identified in the classification process, and labelled as "others" we apply the filtering process expressed by Equation 3.19, which also used in the case of vascular lumen.

Calcifications which are high density structures are considered, among others, in the class "other structures".

To summarize we designed a filtering process to reduce noise while keeping details of thin structures like leaflets. It is mainly based on modified stick filtering.

The neighboring of the current voxel is devided in a set of assymetric sticks along which the distribution of gray levels is used to classify this voxel among one of five categories (vascular lumen, leaflets, impulse noise, metal artifacts, other structures). This process can reduce high level noise while keeping most of details of leaflets. Thanks to the adequation between stick partitioning in 3D space and distribution of gray levels due to metal artifacts, this filtering process is well adapted to the reduction of these artifacts, with no need of interpolation in the Radon space.

RESULTS

In this section we report and discuss our results of preprocessing. We firstly present the data and the failure mechanism for each studied case.

Degeneration assessment at reoperation

After reoperation explanted bioprostheses were analyzed by the surgeon in order to assess the real failure mechanism. Tab. The failure mechanism for each studied case is as follows:

Case #1. (HER) The pericardial degenerated bioprosthesis showed a calcified leaflet with associated prolapse as shown in Fig. 3.13. 

Results of Denoising

Preprocessing to reduce noise is necessary only for in-vivo images. The structures of interest (stent, leaflets and calcification/pannus) were well contrasted in ex-vivo images. They did not need to be preprocessed. Examples of original in-vivo images for the four considered cases are shown in Fig. 3.17. A first qualitative appreciation of the results lets appear that the approach based on the modified stick filter seems to best enhance the contrast between valve leaflets and surrounding structures. In addition to this qualitative assessment of the results, SNR was computed on original images and resulting images (Tab. 3.5). This objective assessment shows (Fig. 3.19) that stick filtering shows the best SNR for the four patients and this is consistent with the subjective appreciation. We can appreciate that in the case of high SNR images (HER) all of the filters can give good results.

The quality of filtering with Median filter depends on the size of the neighborhood. The median filter can keep object details larger than half of the considered neighborhood. Thus the best result was obtained when the size of the neighborhood was less than the thickness of leaflets (radius typically less than 3 voxels) and higher than the pattern of noise (such as in the case of DAV).

This parameter is difficult to set when the thickness of leaflet is close to the thickness of noise pattern. It was the case for MAG and BOU. If a larger neighborhood is used, this may reduce the details of leaflets too much.

In the four models we considered for anisotropic diffusion filtering, the most sensitive parameter was the number of iterations. In our experiments the number of iterations was fixed according to the SNR. When SNR was not increased between two successive iterations, the filtering process was stopped.

PM model have the worst performance. For instance in the case of BOU, it is difficult to appreciate the enhancement obtained on the resulting image (even after more than 20 iterations).

Catté PM model gives better results than PM model, but the size of Gaussian Modified stick filter show better results than others, in almost all cases. We used a stick length of 5 voxels in all cases. In the case of BOU (worst original SNR), it keeps most of the details of leaflets while reducing noise as well as ACD and

MmCF. Thus, we can see that the SNR obtained with the modified stick filtering in the case of BOU is much better than the SNRs resulting from diffusion filtering. This is mainly because a "leafletness" measure was introduced in the classification process of modified stick filtering.

In addition, we can see that modified stick filter can reduce metal artifacts in the resulting images. This effect is specific to this filter. The considered filters can be iteratively applied to the images we want to denoise. Fig. 3.20 illustrates the evolution of SNR, according to the number of iterations, during the denoising process of a low SNR image. From the curves we can see that the modified stick filter has a convergent behavior. The result converges after a few iterations (4 iterations). The same behavior was observed in the other cases (maximum of 4 iterations), with a minimum of 2 iterations in the case of HER.

The main drawback of the modified stick filter is the computation time. In the case of 5 voxels length stick, 386 sticks have to be analyzed for each voxel of the ROI. This analysis includes median value calculations which are time consuming but could be parallelized. Anisotropic diffusion filters, with same size of neighborhood, require the calculation of 728 discrete gradients or 364 curvatures, which are much less time-consuming operations.

CONCLUSION

Looking at CT preoperative images the problem was mainly represented by noise and artifacts. For this reason the pre-processing step to improve image quality represents a key point in the analysis of in-vivo databases. Different filters have been tested and proposed to reach the best leaflets enhancement.

Among these, the modified Stick filter has shown the best results, confirmed by quantitative SNR analysis. This is certainly thanks to its better applicability to thin structures such as leaflets. Stick filter is performed using MatLab software and it can take time to be realized. In order to reduce its computing time, the selection of a region of interest, that takes into account only the bioprosthesis stent region including the leaflets, seems to represent a good and easy strategy.

IV -SEGMENTATION

The output of the pre-processing step based on stick approaches provides enhanced images with higher SNR. The segmentation issue is here more particularly focused on bioprosthetic leaflets and their degeneration. In this chapter, we first summarize the main algorithms of segmentation reported in the case of cardiac vascular structures, i.e. coronaries, ventricular, aortic dissection. Then, three kinds of region-based segmentation processes are described, with a decreasing level of user interactivity. They are applied to the pre-processed MSCT data set. Segmentation methods based on the consideration of stick neighboring are considered. Results of the different segmentation methods are reported and a volumetric analysis process is described.

STATE OF THE ART: CARDIAC SEGMENTATIONS

Image segmentation is the process of partitioning a digital image into multiple sets of pixels, or segments. The objective is to change the representation of the image into a description that is more meaningful and easier to analyze In the following we do not draw up an exhaustive presentation of the different methods. We focus on some of these methods which have been reported or could be used to segment cardiovascular CT images.

Boundary-based (contour-based) methods

Active contour methods, often called snakes, are certainly the first solutions one might consider [4.2]. The snake-segmentation algorithm is an iterative contour -based approach introduced by Kass for the segmentation 3D images.

A snake-contour is represented by a parametric curve v(s). The snake-contour is iteratively adapted by a dynamic process which minimizes the energy E(v(s)).

This energy can be composed of different terms including internal (snake curve) and external (image features) dynamic energies.

The main advantages of snake methods is that it allows for picking out a desired object in a collection of objects with similar attributes. With more or less interactivity, snakes minimize an energetic criteria in order to find the more accurate border of the object. This kind of algorithm was largely used for the segmentation of medical images, such as the segmentation of vascular structures in ultrasound and CT images. Unfortunately, the complex parameters that snakes include may lead to instability.

Other methods such as Live-wire [4.3-4.5] are included in this category. The user initially selects a point on the boundary of the object. All the possible minimum-cost paths from this point to all other points in the image are analyzed to extract a 2-D boundary. Subsequently, a live wire is displayed in real time from the initial point to any subsequent position taken by the cursor.

In the live-wire-on-the-fly method [4.3], the user-interaction process remains the same, a linear time complexity graph-search algorithm used to save a considerable amount of user time by avoiding the computation of all possible minimum-cost paths. When the user selects a point on the boundary, the live-wire segment is computed and displayed in real time from the selected point to any subsequent position of the cursor in the image.

Another kind of methods is based on watershed segmentation algorithm presented by Vincent et al. in 1991 [4.6 -4.9]. Watershed segmentation decomposes an image into regions which represent the influence areas of the intensity local minima. In analogy with topography, if the image is considered as an elevation map, each watershed region is a distinct catchment basin, separated from adjacent basins by higher intensity ridges. For this reason, applying the watershed to a gradient magnitude image is a means of separating objects by their contours. Watershed algorithm can deal with the segmentation of relatively large objects with smooth edges. In cardiac images, it was used to segment ventricular cavity.

Such approaches, focused on frontiers detection, may pose problems when the object to segment presents holes or discontinuities in its border (such as trabecular structures, which are present at the borders of the left ventricle).

Region based approaches

Region-based approaches have been privileged in segmentations for cardiac images. In this perspective, Level set, Fuzzy Connectedness and Graph-cut methodologies seem to provide the best results in medical contexts [4.10].

Although region based segmentation methods mentioned have been proposed

to develop tools for cardiac imaging, giving access in the same time to different aortic structure (ventricles, aorta, vessels and dissections), more simple methods have also their value in the segmentation process especially in interactive segmentation for complex structures.

Thresholding is the most simple and widely used segmentation approach [4.11]. It uses single threshold (image is segmented as object and surround) or multiple thresholds to segment voxels into different regions. These thresholds can be determined from the histogram of the image. The performance of this kind of approach is very limited in the presence of noise.

Approaches based on region growing compare features of neighboring voxels, such as local variance, difference of gray levels, texture, with those of current voxel to decide if the neighboring voxels could be included into the segmented region or not [4.12-4.14].

These approaches require one or several initial points (seeds) located inside the object of interest. In some cases (thin structures) the seeds must be precisely positioned. This initialization is usually manual. Neighboring voxels which are included into the segmented region are considered as new seeds and the process is iterated until no new seed can be included.

Region growing does not require the exploration of the whole image. The exploration process is driven by the data (seed points). If the criterion used for the aggregation of voxels is too selective a lot of seeds are required, especially in the presence of noise. In case of over-segmentation (small homogeneous sub-set) a fusion step has to be applied to recover the structures of interest.

The level-set segmentation algorithm was developed by Stanley Osher and James Sethian in the early 1987 [4.15], and has been the improved in 2003 [4.16].

The level-set is defined by a parameterized closed curve or contour. Curve propagation is controlled by an implicit function which is calculated from the positive values of the region outside the contour and the negatives values of the region inside the contour.

Although impressive results are reported in the literature, presenting this kind of approach as an adaptive, flexible and efficient method in the field of medical imaging and diagnostic applications, level-set methods with shape priors have also some limitations. They are often slow, do not always generalize well to 3D, and can be difficult to implement [4.17].

Fuzzy Connectedness methods [4.18] are fuzzy approaches which associate seed points (selected interactively) with each object to segment and then build a connectedness map which symbolizes the strengths of the link (connectedness) between each spell (generalization of the pixel or voxel notion)

of the map and the seed point. The map is to be threshold to keep the area matching with the object of interest.

In Graph-cut methods [4.17, 4.19, 4.20], the user has to select one region of the background and one region of the object for the initialization of the process and the minimization of an energy criterion by graph-cut algorithm is applied.

Model based Methods

Much of the works done on 3D cardiac segmentation are model-based [4.21-4.25]. One of the most important model-based methods is 3D

geometrical moments [4.26]. It can be used to characterize images. Moments of order pqr are defined as:
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where x, y, z are the voxel coordinates, and f is the image function.

Voxels in different kinds of structures have different features that can be described with these moments. They were used for the segmentation of surfaces. This technique has also been to detect tubular structures in images.

Analytical expressions have been developped to calculate features of local vessels in MRI [4.9]. In 2006, Bousse et al. applied these expressions to the characterization of vascular structures in CT.

Segmentation and visualization

In medicine, or in other areas, the objective is not only to give the perception of the data, but also to design tools to understand the underlying and relevant information they bring [4.27]. Two classes of rendering have been widely used in medical image visualization: surface rendering and volume rendering. In this section, results of segmentations are performed by surface rendering.

Surface rendering relies on a previous binarization, or segmentation, of the structures of the objects of interest and the tesselation of the surface initially described by sparse or dense 3D point sets, with our without organization (scattered points or multiplanar arrays). Surface renderings can also use voxel-based techniques: surface elements are indifferently voxels, faces of voxels or triangles estimated from the examination of the voxel neighborhood topology (Marching cube algorithm [4.28]). Surface tracking is then performed within the volume, binary or not, to extract the surface components. The rendering is be carried out by using either depth shading, depth gradient or gradient shading [4.29].

METHODS

The issue of segmentation is more particularly focused here on bioprosthetic leaflets and their degeneration. According to surgical expertise, four main classes of tissues were identified. They were related to Hounsfield Units (HU) measured by CT. We considered, from high to low HU, the following classes:

stent, calcification, vascular lumen and leaflets. The first element (stent),

showing high CT values, can be easily segmented by thresholding.

Three kinds of region-based segmentation processes were implemented, with a decreasing level of user interactivity.

Isotropic Region Growing

The first segmentation technique was an interactive process in order to provide a reference approach for the assessment of the results. It was based on classical Isotropic Region Growing (IRG) method. Following a preprocessing step, as described above, it was applied using 3D Slicer software [4.25] (Fig.

4.1).

The bioprosthesis volume was interactively and roughly delineated from different CT slices. Multiple seed points (typically 20 seeds or more) were interactively selected for each component of the prosthesis. The region growing algorithm was started (26-neighbour connectivity) with automatic calculation of the criterion used for the aggregation of voxels. This similarity criterion was based on mean and standard deviation of the voxel values within the considered cubic neighborhood [4.25-4.27]. The extraction and visualization of the resulting 3D surface meshes delineating the regions were performed by using the Marching Cube algorithm [4.30]. 

Stick Region Growing

In the denoising step, we noticed that we can classify voxels inside thin structures such as aortic valve leaflets (both natural and bioprostheses) by considering gray level distribution along sticks. We also use features along sticks to determine the direction of region growing.

To deal with the segmentation of thin structures, like the components of a valve bioprosthesis and especially valve leaflets, we developed a directional region growing process based on stick neighborhood. Some seeds were interactively selected inside the leaflets at different locations.

A set of N voxels inside the leaflets was defined by considering for each seed the voxels belonging to their neighborhood.

To ensure region growth is not early stopped, or in other words to limit the number of seed points selection in some critical cases (highly noisy data), the size of the cubic neighborhood was chosen to be large enough to include space between homogeneous fragment of leaflets. We typically used a 342-connected neighborhood (7x7x7).

In order to examine each voxel in the cubic neighborhood of the seed, in the preselected and filtered ROI, the set of asymmetric sticks is analyzed.

We focus on two features, the normal direction to the edge and mean value along stick S m (the stick with minimum value among local maximum differences along the set of sticks).

For each voxel of the region growing cubic neighborhood we consider a stick neighborhood (as defined previously) to calulate the two features. For each stick, associated with a seed, we calculate the local maximum absolute difference MG i (defined in section 3.4.2.2) of gray levels between the seed voxel and j th voxels along the i th stick:
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is the distance between current voxel and j th voxel.L is the length of stick as already defined

In the set of sticks with high MG values (sticks crossing edge), we select the stick S Ms with the maximum MG value along seed's stick set and S ms as the stick with the minimum MG value of seed's stick set.

As we supposed in section 3.4.2.2, the direction of this stick S Ms is orthogonal to an edge, and S ms lies within a thin structure. We calculate the normalized direction vector V Ms corresponding to S Ms , and the local mean value along S ms.

Then, we select S M and S m for the i th neighboring voxel of seed (marked as S Mi and S mi ) and calculate normalized direction vector V Mi of S Mi and local mean value along Smi.

We assume that a set of neighboring voxels located inside thin structures should have similar directions. According to this assumption, we calculate i  , which is the angle between V Mi and V Ms :
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If i th neighboring voxel is located in the same thin structure as its seed, this value should be close to 1, i.e. the neighboring voxel has similar S M direction, or close to -1, i.e. the neighboring voxel has opposite S M direction.

Leaflet may not be an ideal thin structure. The regions with large surface curvature (i.e. cos i  is close to 0) might stop the process of region growing (Fig. 4.2). To ensure that the process of region growing is not stopped by this kind of regions, we set two or more seeds on each leaflet (on the commissure and bottom part).

As we discussed in section 3.4.2.2, vascular lumen voxels close to the leaflets could also show opposite directions between S M and its seed, which is located in the leaflet. In this case, value of neighboring voxel should be considered.

Local mean values along the set of coplanar sticks S MC, which are used to classify structures in section 3.4.2.2, might be suitable to distinguish this kind of voxels from leaflet voxels, but it implies that all of S MC sticks lye within the In the segmention of other tissues, cos i  may give no contribution because of their morphology: tubular shape of stent, unknown shape of vascular lumen and of leaflet alteration. In the case of leaflet alteration, including calcification, there is a poor prior knowledge about the shape of the structure and different gray level distributions can be observed (according to the calcification degree).

In the region growing processs, we consider local mean value along S m . If the stick S m lies within the same structure, the local mean should be close to the value of the seed and the local variance should be low. The threshold parameters, concerning mean and variance, are obtained interactively from the gray levels of stent, calcification and vascular lumen in the preselected and filtered ROI.

We designed a region growing process to segment tissues in MSCT data of bioprosthesis. It is mainly based on the consideration of stick neighboring.

Local mean values along sticks lying within structures are used in this region growing process. In addition, direction vectors orthogonal to the edge of structures are considered in the case of leaflets.

Stick Exhaustive Search

To further reduce the level of interactivity in the segmentation process, a systematic exploration of the ROI was implemented with no need for seed point definition. This segmentation referenced as Stick Exhaustive Search (SES) in the following was preceded by a Stick filtering preprocessing step.

We divide the neighborhood (Radius=3 pixels, 7*7*7 connected) of each voxel inside the ROI into a set of asymmetric sticks and we automatically select S M , S MC , S m , and S mc as we did in section 3.4.2.2. Thus, T MG can be determined automatically by the median of MG values along all the sticks in the conformational ROI. Tab 3.1 can be used to indentify voxels belonging to thin structures (including leaflets), vascular lumen, tubular structures (including complete metallic stent) and other structures (including calcifications and incomplete metallic stent).

Looking at sticks located inside ROI, we determine the thresholds T means . T means is a set of three thresholds used to refine the previous classification and to segment the following components of the bioprosthesis: leaflets, complete metallic stent (high local mean value along S m ), calcifications and incomplete metallic stent (higher local mean gray level value along S mC than vascular lumen). These thresholds are interactively determined from the gray level of stent, calcification and vascular lumen in the preselected and filtered ROI.

With SES it is not necessary to re-select seeds interactively when the segmentation is not validated by the user. SES reduces interactivity but the results can be more influenced by noise than with Stick RG, especially in case of streak artifacts inside vascular lumen.

RESULTS

Following the preprocessing step, the different segmentation methods (IRG, Stick RG, and SES) were applied to in-vivo (IV) and ex-vivo (EV) images.

In the following, we present the results obtained for each patient (HER, MAG, The first example is reported in the case of the pericardial bioprosthesis (HER).

Thanks to image quality and sharp and regular boundaries of leaflet region, isotropic region growing, stick region growing and stick exhaustive search give qualitatively similar and satisfactory results (Fig. 4.4). The second example illustrates the results obtained in the two cases of porcine bioprothesis (case 3 -BOU and case 4 -DAV). Although the contrasts of images are low, the leaflet boundaries seem to be detected (Fig. 4.6,Fig. 4.7).

Nevertheless, compared to interactive segmentation (IRG), stick based segmentations (Stick RG, SES) do not allow in these cases a complete description of the leaflets, especially in the case BOU (Fig. 4.8). From these results (BOU and DAV), we observed that leaflets were not fully segmented: they appear with holes or missing parts. The reason might be related to:

-Calcifications.

In some cases, calcifications are not developed too much (in HER, MAG and BOU). Their density, and therefore the value of the corresponding voxels in CT images, may have value close to that of voxels located in vascular lumen.

Segmentations might classify these voxels into vascular lumen structure.

-Partial volume effect Due to their orientation and their thin thickness, compared to original CT inter-slices distance, leaflets can be affected by partial volume effect, especially for the part located in axial planes.

To overcome this segmentation default in some cases, the workflow could be composed of two steps:

i) Automatic segmentation based on stick RG (or SES) to describe the main components of the structures.

ii) Interactive segmentation (based on IRG for instance) to complete the description of the missing parts of the leaflets.

Examples of results of BOU and DAV (Fig. 4.9 and Fig. 4.10) obtained with this two-steps approach are reported. 

VOLUMETRIC ANALYSIS

A quantitative analysis was conducted to objectively compare the results This analysis seems to show that the 3 segmentation methods (IRG, Stick RG, SES), more or less automatic, allow to enhance bioprosthetic components including leaflets with similar results. In-vivo volumes are generally bigger than ex-vivo and it can be explained mostly by the moving artifacts. For sure, ex-vivo results are more reliable than in-vivo and represent the reference to assess the in-vivo results. When we compare the results between in-vivo and ex-vivo for each method, the differences in volumes are generally less than 20%. Nevertheless, we can note that in the case HER, the in-vivo volumes are over-estimated for all the components, including stent, whereas the segmentation results were qualitatively (visually) considered better than those obtained in the other cases.

The over estimation of the volumes of the bioprosthesis components could be corrected by considering the stent as a reference structure in in-vivo data. We just suggest here a possible way to perform such a correction. Thus, a volume correction ratio could be computed as follows:

RS IV S KV V  
where RS V is the volume of the real stent, which could be known from stent manufacturer data, and IVS V  is the volume of the segmented stent. The application of this correction ratio in case HER seems to reduce the differences between the in-vivo and ex-vivo volumes of leaflets (Fig. 4.14). 

DISCUSSION

We have tested three different methods for CT images segmentation of degenerated aortic bioprostheses. Considered methods, even if different in their approach, seem to be similar in terms of results. They are considered as semiautomatic segmentation methods.

The mean difference among these methods is that the Isotropic Region Growing method is performed using software for image analysis (3D Slicer), Quantitative analysis shows these differences among the methods, but we can't consider them significant because of the inability to perform a statistical analysis on few databases. Moreover, we don't know at the moment if these small differences (generally less than 20%) could have a real interest for practical application. The aim of this study was first to assess the feasibility to (temporal bone) to be as close as possible to reality and to use these images as reference. Other than image resolution, we can consider the presence of the heart motion and of blood superposition as important factor for volumes differences. To deal with this problem we propose a correction factor that could represent an interesting way to reduce the volume differences but need to be validate in larger series.

Computing of leaflets volumes can also be altered by the non-metallic part of bioprosthesis stent. Only the metallic stent can be used as spatial limitation for the leaflets because the non metallic part has the same density of the leaflets.

For this reason leaflet volumes are higher than normal in the only case of bioprosthesis with incomplete metallic stent (Case #4 DAV). This problem can be translated to stentless bioprostheses analysis and need to be considered to avoid confusion in results.

Another point is that, in all studied cases, we observed in-vivo underestimation of leaflets degeneration. It should be said that, in these particular studied cases, leaflets are not severely calcified and most part of degeneration consists in leaflets thickening. These mild alterations of the leaflets don't appear strongly dense such as calcifications and can be difficult to detect in in-vivo images.

These results in a consequent underestimation of degeneracy compared to ex-vivo images, in which smaller differences in density can be easily appreciated.

V -VISUALIZATION

In addition to structural deterioration, an aortic bioprosthesis can have functional degradation and prosthesis dysfunction over time [5.1, 5.2].

Understanding the precise mechanism of bioprosthesis dysfunction would thus be important to direct clinical management. Multi detector CT images, thanks to their high spatial resolution, would potentially allow better visualization of the bioprosthetic valve leaflets after aortic valve replacement than echocardiography (TTE, TOE). Moreover, visualization could be used to complete the set of computer-vision tools required to improve the understanding of the failure mechanism and facilitate the medical decision about the therapeutic option. Thus, the visualization process could be considered both to overcome some difficulties encountered in the segmentation of MDCT images, and to fully render the information included in the 3D+T CT volume images to improve and accelerate the general understanding of vascular pathologies. The ultimate goal is to allow a more realistic preoperative planning of surgery/interventional procedure.

In the previous chapters, we considered standard visualization of valve structures from a single phase, i.e. during the diastole, in the 3D+T cardiac data set. The input of the visualization process was provided by the output of the segmentation process.

In this chapter, we reconsider the issue of visualizing 3D+T data sets acquired at different phases of the cardiac cycle. The underlying assumption is that, according to the visualization technique used, the contribution of pre-processing / segmentation can be more or less critical to provide the user with information to better interpret the motion of valve leaflets.

In the following we first summarize the main techniques of visualization in medical imaging, by considering both rendering and camera positioning issues, including virtual navigation (endoscopy). We then describe the method proposed to visualize 3D+T CT volumes, by considering pre-processing and rendering issues as well as motion compensation required to control, during the cardiac cycle, the positioning of the virtual camera within the moving aortic root. We then report preliminary results. Although our work was mainly dedicated to aortic valve bioprothesis, we also report first results obtained on native valve to illustrate the interest of the proposed methodology.

STATE OF THE ART

Visualizing techniques have had a great development in the last years. They allow exploring pre-operative volumes in order to detect and understand abnormal features and further to assist the physician in prior planning of intra-operative interventions.

In this section, we present the techniques which could be used in order to design a tool to explore aortic valve leaflets motion. They mainly deal with visual rendering and virtual camera positioning.

Rendering

Visual rendering is generally defined as the process of generating an image from a model or from a description of a scene. The model or the description of the scene can be obtained from a volume data set [5.3].

Visual rendering techniques have been commonly used to visualize medical data, such as cardiac MSCT data. For instance, they have been used to understand the vascular structures [5.4, 5.5].

In the field of aortic valves, although recent works, dealing with the issue of computer assistance to transcatheter aortic valve implantation (to treat native valve stenosis), have been presented [5.6, 5.7], they do not address specifically the visualization issue. To our knowledge, visualization techniques dealing with aortic valve (both native and bioprosthesis) specifically were not

Ray Tracing

In computer graphics, ray tracing [5.8-5.10] is well known. This scheme requires assignment of classification coefficients (opacity values) to each voxel.

Geometric rays (view rays) are traced from the virtual camera to explore the volume along the ray direction. This approach combined with the radiosity, i.e. In ray casting, refraction and reflection are not considered. This reduces the computation complexity.

DVR techniques are commonly used to visualize the CTA data [5.17]. For this, with efficiency being a dominant problem in the clinical workflow [5.18, 5.19],

clinical tools commonly provide predefined TFs (presets) for CTA.

Researchers did many works on TFs designing. Common tools are based on local neighborhood analysis. Objects can also be described on a higher abstraction level by shape, size and connectivity.

For the visualization of medical data, it is advantageous to use domain knowledge in the TF design. Additional information can be encoded when different TFs are considered, depending on the tissues they are meant to visualize. One example is to take into account the spatial relations between tissues in order to distinguish different kinds of structures appearing with the same density [5.19, 5.20]. The works presented share a similar approach. In the TFs, vessels are treated differently than other tissues. To our knowledge, this kind of approach has not been yet tested and reported in the context of aortic valve structures visualization.

Camera positioning

The virtual camera, which is defined in visual rendering, could be similar to an optical device (e.g. endoscopy). Its position, orientation and displacement have to be controlled to display the scene from a suitable point of view. Virtual navigation allows exploring pre-operative volumes in order to detect and characterize abnormal features and further to assist the physician in prior planning of intra-operative interventions [5.21].

In navigation systems, virtual camera positioning (path planning) is mainly based on vascular centerline extraction. A lot of studies have been devoted to the extraction of vascular centerline of arteries in CT data [5.22]. These methods are based on direct centerline tracking [5.23], model-based approaches [5.24, 5.25], minimum cost path techniques [5.26, 5.27], or mathematical morphology (thinning algorithm) [5.28-5.30].

In this work, we are concerned with the issue of visualization of structures observed at different phases of the cardiac cycle, i.e. sampled at different times in the 3D+T CT data set. In order to get a satisfactory exploration of the motion of some sub-structures, such as valve leaflets, the compensation of the main structure motion (bioprosthesis, native valve) has to be considered. The pose parameters of the virtual camera (position, direction, and rotation around optical axis) have to be controlled to keep the virtual camera in a static position relatively to the aortic valve.

Motion compensation requires spatial references to control the camera.

Unfortunately, the model of aortic valve motion is difficult to establish for a given patient [5.6]. Motion compensation for virtual navigation in aortic valve structures, observed through 3D+T cardiac CT data sets, is an open issue (both for bioprosthesis and native valve).

METHODS

In previous chapters, we designed and discussed different methods of preprocessing and segmentation. We improved the SNR with preprocessing algorithms, and obtained segmentations of aortic valve bioprosthesis. These results can be visualized to understand the underlying and relevant information from the CT data sets: the calcification severity, the position of calcifications.

From the 3D+T data sets, we can get a set of rendering from volumes reconstructed at different times of the heart beat. The output of the proposed visualization process is a virtual video showing the motion of aortic valve leaflets, like the video output we could get with trans-blood angioscopy in the aortic root (note that this technique is not yet available). This might contribute to the better understanding of valve dysfunction.

Motion Correction and Grey Level Normalization

In chapter IV, we only analyzed the volume sampled at a single phase during the diastole. In fact, due to the limitation we discussed in section 3.1, the quality of the volumes at the different phases of the cardiac cycle may be altered in different ways.

Typically, 8-10 volumes (marked as volume Vi) are reconstructed at different phases (marked as phase Pi) of the cardiac cycle. As we mentioned in section 2.4.1.2 (MSCT gating), phases are not evenly distributed in the cardiac cycle.

3-4 volumes are reconstructed during systole, with leaflets opened, while 5-6 volumes are reconstructed during diastole, with leaflets closed.

The motion artifacts, especially in phases with important motion of the leaflets, may drive to structural inconsistencies and to hardly interpretable visualization.

For a same structure, the deviation of the grey levels between the different cardiac phases may also distort the visualization of the CT data sets. Fig 5.3 shows some motion artifacts, due to the gating time during systole, observed in cardiac 3D+T CT images. In our data sets, motion artifacts appear during systole as sudden shifts of slices. The correlation between consecutive slices could be used to correct these artifacts. We used Normalized Correlation Coefficient (NCC) between the two consecutive slices located on the different sides of the artifact to correct the images.

NCC is defined as [5.31]: ,, ,
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In some conditions, the presence of the stent (as illustrated by Fig 5.4) can cause some correction errors, especially in the region of the leaflets. In such case, we did not consider the voxels located in the stent to estimate the correction. 

Motion Compensation

We describe the motion compensation to visualize 3D+T CT volumes. During the cardiac cycle, the virtual camera should be within the moving aortic root.

Due to the short axial length of the ascending aorta, its centerline in the region close to aortic valve has a great curvature. This may give wrong pose of the virtual camera. We need to consider other reference objects to compensate the motion.

We used aortic centerline, coronaries and stent (bioprosthesis)/ tricuspid annulus (native valve) to fix the parameters determining the pose of the virtual camera.

In the case of bioprosthesis, we assume that the stent, either with complete metal or incomplete metal structure, is not deformed by the heart beat. It bounds (includes) the valve leaflets, which have their own motion. We consider it as a good reference object. The coronary ostia can also be used to define the distance between virtual camera and valve.

For the bioprosthesis with complete metal stent, we can detect the center O of the circular structure of the stent and vector D orthogonal to the circular structure plane (Fig 5.9). This vector D can be used as the viewing direction of the virtual camera. Using the vector D and the start points of the 2 coronaries (marked interactively), we can define the position of the camera.

We define the position P of the projection (or image) plane along D. This plane is located at equal distance to the two coronary ostia. The position of the optical center C of the camera is defined along D. The focal length of the virtual camera (distance between C and P) is determined by the length PO. The rotation of the virtual camera around its optical axis is fixed by considering the coronary ostia. If the motion artifacts of the metal stent are too serious, the positions and directions given by stent might be erroneous. In this case, the aortic centerline is used to help determining the pose of the virtual camera.

The determination of the aortic centerline was obtained by a method based on the computation of a distance map [5.32] from the binary volume of the ascending aorta. The segmentation process was based on the methods presented in section 4.2.

We extract the centerlines in the current volume Vn. We assume the previous volume Vn-1 has been processed and that the pose of the virtual camera has been determined as described above.

In Vn-1, we find the intersection Kn-1 of the centerline and the camera image plane, and compute the vector KP n-1 determined by K n-1 and P n-1. We count voxels, along centerline in Vn-1, between K n-1 and the leaflet. This value is used to locate Kn in Vn (Fig 5.11). We compare the direction vectors DCn and DC n-1 of centerlines at Kn and Kn-1.

DCn and DC n-1 define an angle  and DCn, DC n-1 and Kn define an axis A. Kn belongs to axis A and A is orthogonal to DCn and DC n-1. A rotation R of angle  around an axis A is thus determined.

Direction vector of the virtual camera Dn in current volume is obtained by applying to Dn-1 the rotation R.

The direction of KP n is obtained by applying to KP n-1 the rotation R. Its length is determined by value of KP n-1 and distances between coronary ostia don and don-1:
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The rotation and focal length of the virtual camera are determined with the same process as in Vn-1.

The rotation and focal length of the virtual camera are determined by the coronary ostia as described previously.

In the case of native valve, there is not a reference object such as the stent in the bioprosthesis. Tricuspid annulus can be used in motion compensation in this case, as stent is used in bioprosthesis. It appears as a circular and continuous structure attached to the aortic valve leaflets. Unfortunately, tricuspid annulus can not be distinguished easily from surrounding structures in MSCT data. We had to mark it interactively (Fig 5 .12 A -C). The tricuspid annulus is not an exact circle, like stent of bioprosthesis. We selected 2 groups of points (3 points at the top of commissure of leaflets, and 3 points at the bottom of leaflet, shown in Fig 5 .12 A and C) to define the vector D. Other parameters are determined with the same process as in the case of bioprosthesis (Fig 5 .12, D and E). see the commissure lost can alter the perception of leaflets opening in systole volumes (R2).

Calcifications (yellow structures) can also be observed in renderings of V7-V9.

In volumes with motion artifacts of stent (V2-V6, V10), artifacts (yellow structures near white stent) with densities close to calcifications might influence understanding of leaflets.

As comparison, we show the results of volume rendering obtained with no gray level normalization and with a rough motion compensation process (R1bis -R10bis). For every volume (V1-V10) in the original data-set, a sub-volume of predefined size and bounding the valve (stent) has been extracted interactively.

Parameters of volume ray casting and camera poses are determined from the sub-volume V8, which was used for segmentation and volumetric analysis in chapter IV. In R1bis, R6bis and R10bis, leaflets are more transparent. Some drift of virtual camera pose can be observed in R3bis, R4bis, R9bis and R10bis. The second example illustrates the results obtained with a native valve (Fig 5.14). Volumes V1-V3 are reconstructed during systole phases and volumes V4-V8 are reconstructed during diastole phases. Thanks to the thickness of native valve leaflets, the gray level values of voxels located inside the leaflets are much darker than in the case of bioprosthesis. In the virtual images the transparency of the leaflets is much lower than in the case of HER. We can clearly observe different kinds of structures including valve leaflets, calcifications as well as vessel wall. These preliminary results show that the proposed method could also be applied to visualize native valve 3D+T CT data.

The motion of leaflet seems to be altered in the temporal sequence of virtual images (R1-R8). It is coherent with the development of calcifications on the leaflets (yellow structures).

As comparison, we show the results of volume rendering obtained with no gray level normalization and with a rough motion compensation process (R1bis -R8bis). For every volume (V1-V8) in the original data-set, a sub-volume of predefined size and bounding the valve annulus has been extracted interactively. Parameters of volume ray casting and camera poses are determined from the sub-volume V7.

Thanks to the thickness of native valve leaflets, there are much less differences, i.e. transparency voxels located in leaflets, between visual renderings performed with and without gray level normalization.

Some drift of the virtual camera pose can be observed in R1bis, R5bis, and R8bis. In both cases (bioprosthesis, native valve), we observed that leaflets were not fully displayed (some parts were missing and some were transparent), but the whole temporal sequence of volumes can be visualized based on the results of a pre-processing process (including a classification step). The main difficulty in the case of bioprosthesis is the high level of motion artifacts. The motion artifacts of stent (high grey level, similar with calcifications in visualization result) often alter the visual rendering of thin leaflets (low grey level).

In the case of native valve, defect has been found in motion compensation.

The pose of the virtual camera was roughly linked to the moving aortic root. This is mainly because the tricuspid annulus was marked interactively. Unlike the metal stent, the tricuspid annulus can be confounded with the base of leaflets. Moreover, tricuspid annulus deforms over the different phases. This also might affect the virtual camera setting.

VI CONCLUSION AND PERSPECTIVES

Although echocardiography remains the gold standard for functional analysis of bioprosthesis failure, in the last years an increasing number of groups are looking with particular interest at CT images for anatomo-morphological analysis of the aortic valve. In this thesis, we proposed a new approach for the morphological analysis of degenerated aortic valve bioprosthesis based on CT images segmentation and visualization.

Different methods for noise reduction were tested and proposed. 3D reconstruction of bioprostheses components was achieved using stick based region segmentation methods. Noise reduction obtained by improved stick filter showed best results in terms of signal to noise ratio compared to anisotropic diffusion filters. The segmentation methods applied to the best phase of in-vivo images allowed 3D bioprosthetic leaflets reconstruction. Explanted bioprostheses CT images were also processed and used as reference.

Qualitative analysis revealed a good concordance between the in-vivo images and the bioprostheses alterations. Results from different segmentation methods were compared by means of volumetric criteria and discussed.

Volume rendering and motion compensation techniques were also applied to visualize different phases of the CT data set. A first approach for spatio-temporal visualization of 3D+T CT images of valve bioprosthesis has been proposed.

  Le but de cette étude est d'évaluer la faisabilité de l'analyse tomodensitométrique 3D des bioprothèses aortiques pour faciliter leur évaluation morphologique durant le suivi et d'aider la sélection de cas et améliorer la planification d'une procédure valvein-valve. Le challenge était représenté par le rehaussement des feuillets valvulaires, en raison d'images très bruitées. Un angio-scanner synchronisé était réalisé chez des patients porteurs d'une bioprotèses aortique dégénérée avant réintervention (images in-vivo). Différentes méthodes pour la réduction du bruit étaient proposées. La reconstruction tridimensionnelle des bioprothèses était réalisée en utilisant des méthodes de segmentation de régions par "sticks". Après réopération ces méthodes étaient appliquées aux images scanner des bioprothèses explantées (images ex-vivo) et utilisées comme référence. La réduction du bruit obtenue par le filtre stick modifié montrait meilleurs résultats en rapport signal/bruit en comparaison aux filtres de diffusion anisotropique. Toutes les méthodes de segmentation ont permis une reconstruction 3D des feuillets. L'analyse qualitative a montré une bonne concordance entre les images obtenues in-vivo et les altérations des bioprothèses. Les résultats des différentes méthodes étaient comparés par critères volumétriques et discutés. Les bases d'une première approche de visualisation spatio-temporelle d'images TDM 3D+T de la prothèse valvulaire ont été proposées. Elle implique des techniques de rendu volumique et de compensation de mouvement. Son application à la valve native a aussi été envisagée. Les images scanner des bioprothèses aortiques nécessitent un traitement de débruitage et de réduction des artéfacts de façon à permettre le rehaussement des feuillets prothétiques. Les méthodes basées sticks semblent constituer une approche pertinente pour caractériser morphologiquement la dégénérescence des bioprothèses.

  Le scanner multi-coupes peut aussi aider à visualiser la morphologie et la mobilité des valves natives dans la sténose valvulaire et mesurer avec précision la surface d'ouverture des valves aortiques. Plusieurs études ont montré que le scanner multi-coupes peut aider à définir le mécanisme de dysfonction d'une prothèse valvulaire mécanique. Quelques études récentes ont montré comment le scanner 64 barrettes permet une meilleure visualisation des feuillets des bioprothèses aortiques par rapport à l'échographie et qu'il peut jouer un rôle pour définir le mécanisme de dysfonction. Grâce à leur haute résolution spatiale, les images scanner nous permettent généralement une reconstruction 3D des structures d'intérêt. D'une manière générale, l'analyse 3D des images augmente la compréhension et facilite la planification adaptée de la procédure chirurgicale ou endovasculaire. A l'heure actuelle, les outils disponibles pour l'analyse et le traitement des images tomodensitométriques ne permettent pas une reconstruction tridimensionnelle adaptée aux feuillets des bioprothèses en raison de leur finesse. Le péricarde bovin et les valves porcines sont en effet trop fins et les images scanner sont trop altérées par le bruit, les artéfacts des stents métalliques et les mouvements du coeur. Ceci rend difficile l'analyse 3D avec les outils dont nous disposons actuellement. De nouvelles méthodes permettant de traiter ces images haute résolution doivent donc être étudiées et proposées.

  Dans notre étude, nous avons sélectionné des patients préalablement soumis au remplacement valvulaire aortique chirurgical par bioprothèse, hospitalisés pour dégénérescence de bioprothèse et en attente d'une ré-intervention. Ceci nous a permis de traiter et analyser les images préopératoires concernant les bioprothèses et de comparer nos résultats avec les images obtenues à partir des bioprothèses explantées après la chirurgie. Quatre patients atteints de dégénérescence de bioprothèse et éligibles pour une ré-intervention ont été considérés. Les bioprothèses dégénérées considérées se composaient de deux bioprothèses porcines Carpentier-Edwards Supra Annular Valve (23 et 25 mm), d'une bioprothèse péricardique 23 mm Edwards Perimount et d'une bioprothèse porcine 23 mm Medtronic Mosaic. Selon le cas, la ré-intervention a été effectuée à partir de 7 à 19 ans après l'implantation pour différentes raisons pathologiques. Les protocoles d'acquisition utilisés, réalisés par un scanner multi-coupes à 64 détecteurs de 0,625 mm (General Electric VCT 64 ou Discovery 750HD), étaient les suivants :

Fig. 1 :

 1 Fig. 1 : Approche proposée pour l'analyse morphologique des bioprothèses valvulaires aortiques dégénérées.

Fig. 2 :

 2 Fig. 2 : Région d'intérêt: image TDM dans un volume englobant cubique classique (A), ROI cylindrique (B) et conformationnelle (C), et illustration des images correspondantes (D et E respectivement).

  montre les 4 cas de dégénérescence. Les images du scanner synchronisé préopératoire (in-vivo) ont été d'abord analysées par le logiciel de la console scanner AW Volume Share (General Electric Healthcare workstation) avec des résultats qui n'étaient pas satisfaisants en ce qui concerne le rehaussement des feuillets prothétiques à cause de l'importante quantité de bruit et d'artefacts. Enfin, les images ont été traitées par les méthodes de filtrage.

Fig 3 :

 3 Fig 3 : Cas n°1 -bioprothèse péricardique montrant un prolapsus d'un feuillet calcifié. Cas n°2 -bioprothèse porcine présentant une déchirure d'un feuillet et la présence d'un pannus sous-valvulaire calcifié. Cas n°3 -bioproth èse porcine ayant un feuillet calcifié. Cas n°4 -bioprothèse porcine avec feuill et colonisé par une infection.
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 412 Fig. 4: Rapport signal/bruit (SNR) des images originales et obtenues après débruitage par différents filtres.

Fig. 5 :

 5 Fig. 5: Visualisation des résultats dans le cas n° 1 -HER. Bioprothèse explantée (A), segmentation des images ex-vivo (B), segmentation des images in-vivo par méthode IRG (C), Stick RG (D) et SES (E). La perte d'une commissure est indiquée avec les cercles bleus et la bonne coaptation des feuillets avec les flèches blanches.

Fig. 6 :

 6 Fig. 6: Visualisation des résultats dans les cas n° 3 -BOU (A) et 4 -DAV (B). Bioprothèse explantée (a), segmentation des images ex-vivo (b), segmentation des images in-vivo par méthode IRG (c) et Stick RG (d).

Fig. 7 :

 7 Fig. 7: Visualisation des résultats de segmentation du cas n° 2 -MAG. Bioprothèse explantée (A), images ex-vivo segmentées (B), images in-vivo segmentées par la méthode IRG (C), Stick RG (D) et SES (E). Le pannus calcifié est indiqué par les flèches noires et la déchirure des feuillets par les flèches vertes.

Fig. 8 :

 8 Fig. 8: Analyse volumétrique des composantes des bioprothèses.

Fig. 9 :

 9 Fig. 9: Application du taux de correction dans le cas n° 1.

  , nous avons testé trois méthodes de segmentation par région d'images tomodensitométriques sur des bioprothèses aortiques dégénérées. Ces méthodes, d'approche différente, semblent donner des résultats comparables. Il s'agit de méthodes de segmentation semi-automatique. La méthode IRG nécessite plus d'interaction en comparaison avec les méthodes stick RG et SES. Parmi les images analysées, les meilleurs résultats ont été obtenus dans le cas de la bioprothèse péricardique. La raison en est attribuée en partie à l'épaisseur du tissu valvulaire. En effet, les feuillets valvulaires péricardiques sont plus épais que les feuillets valvulaires d'origine porcine. Des volumes plus élevés ont été observés dans certains composants des bioprothèses in-vivo, en comparaison aux bioprothèses ex-vivo. Plusieurs facteurs expliquent cette différence. En effet, outre le fait qu'il n'existe pas d'acquisition spécifique pour analyser les bioprothèses, la résolution d'image n'est pas la même in-vivo et ex-vivo. Les acquisitions ex-vivo ont été réalisées par un protocole haute résolution afin d'optimiser la qualité des images, alors que les acquisitions in-vivo ont été réalisées par le protocole standard des scanners coronaires couplés à l'ECG. Lors de cet examen, les mouvements cardiaques et la superposition du sang engendrent des différences volumiques non négligeables. Pour faire face à ce problème, nous proposons un facteur de correction qui pourrait représenter un moyen intéressant pour réduire les différences de volume, mais il faudrait le valider à plus grande échelle. Notre étude suggère que l'analyse 3D préopératoire des bioprothèses dégénérées est faisable, mais les images TDM ont besoin d'un traitement supplémentaire. Une fois améliorées, les images peuvent être segmentées et les reconstructions qui en résultent peuvent aider à visualiser directement la morphologie des feuillets et pourraient jouer un rôle dans la compréhension du mécanisme de dégénérescence des bioprothèses. De plus, ces méthodes arrivent à identifier la présence de calcifications des feuillets ainsi que la présence d'un pannus sous valvulaire. V. VISUALISATION La dégénérescence structurelle d'une bioprothèse s'accompagne de défauts fonctionnels au cours du temps. La compréhension précise du disfonctionnement de la bioprothèse pourrait fournir à terme des éléments d'aide à la décision pour la prise en charge clinique de la pathologie. Dans cet objectif la visualisation vient compléter l'ensemble de la chaine de traitement. Elle est considérée ici comme un élément pouvant permettre de pallier aux difficultés de segmentation de l'imagerie scanner préopératoire d'une part, et de restituer plus complètement l'information spatio-temporelle fournie par certains examens d'imagerie scanner multi-détecteurs d'autre part. Dans l'étude précédente nous avons présenté des visualisations des résultats de la segmentation réalisée pour une seule phase du cycle cardiaque, la diastole. L'objectif est ici de reconsidérer la question de la visualisation de jeux de données dans le cas d'un examen d'imagerie scanner multiphasique. L'hypothèse sous-jacente est, qu'en présence de données spatio-temporelles, un processus de visualisation correctement élaboré pourrait permettre d'interpréter le mouvement des feuillets valvulaire et de suppléer en partie le processus de segmentation. A. Visualisation spatio-temporelle Les techniques de visualisation par ordinateur se sont largement développées ces dernières années. Le rendu visuel est généralement défini comme un processus permettant de générer une image à partir d'un modèle ou d'une description de scène. Ceux-ci peuvent être issus d'un examen d'imagerie tridimensionnelle. Pour les applications médicales on distingue plusieurs approches dont les plus utilisées sont la projection d'intensité maximale, le rendu surfacique et le rendu volumique. Le rendu volumique ne requiert pas une segmentation ou binarisation préalable du volume image décrivant les structures d'intérêt. Nous nous sommes plus particulièrement intéressés au rendu volumique direct qui implique un schéma de lancer de rayon simplifié et la possibilité de d'intégrer des fonctions de transfert sur les niveaux de gris permettant d'affecter des niveaux de transparence / opacité variables en fonction de la nature des tissus et de la répartition spatiale des structures. La visualisation des structures valvulaires reste un problème ouvert. Elle pose notamment des difficultés liées: (i) à la correction des artefacts d'acquisition multiphasique et à la compensation des variations d'intensité inter-phases dues à la diffusion du produit de contraste dans les structures vasculaires, (ii) à l'élaboration des fonctions de transfert impliquées dans le processus de rendu, et (iii) au contrôle de la pose de la caméra virtuelle, impliquant la compensation de certains mouvements de structures, en l'occurrence celui de la racine aortique , afin d'isoler le mouvement des feuillets valvulaires.

Fig. 10 :

 10 Fig. 10 : Processus de visualisation spatio-temporelle (en bleu).

Fig. 11 :

 11 Fig. 11 : Visualisation saptio-temporelle de la bioprothèse pour le cas HER avec la méthode

Fig. 12 :

 12 Fig. 12 : Visualisation saptio-temporelle dans le cas d'une valve native avec la méthode

  scanner. Dans cette thèse nous avons proposé une nouvelle approche pour l'analyse morphologique des bioprothèses valvulaires aortiques dégénérées par segmentation et visualisation d'images tomodensitométriques. Le rehaussement des images et la réduction du bruit est fondée sur une approche de filtrage stick modifiée. Elle a montrée de meilleurs résultats en rapport signal/bruit en comparaison aux filtres de diffusion anisotrope. Les méthodes de segmentation ont permis une reconstruction 3D des feuillets. L'analyse qualitative a montré une bonne concordance entre les images obtenues in-vivo et les altérations des bioprothèses. Les résultats des différentes méthodes ont été comparés par critères volumétriques et discutés. Les bases d'une première approche de visualisation spatio-temporelle de l'imagerie TDM dynamique de la prothèse valvulaire ont été proposées. Elle implique des techniques de rendu volumique et de compensation de mouvement. Son application à la valve native a aussi été envisagée. Nos résultats préliminaires suggèrent la possibilité d'améliorer le rehaussement des feuillets bioprothétiques aortiques en appliquant les méthodes de traitement envisagées pour réduire le bruit, segmenter et visualiser les images scanner préopératoires. Parce qu'à ce jour l'analyse morphologique des feuillets des bioprothèses est complexe voire impossible avec d'autres techniques d'imagerie, nous croyons que dans un avenir proche l'exploration et l'interprétation d'images scanner à haute résolution pourrait jouer un rôle important chez les patients ayant une bioprothèse aortique dégénérée pour améliorer la compréhension du mécanisme de dysfonctionnement. Des études supplémentaires sont nécessaires pour améliorer et valider ces résultats. Sous réserve d'une validation plus poussée des méthodes de traitement d'image proposées, vraisemblablement accompagnée d'une adaptation des protocoles d'acquisition, une analyse de la dégénérescence des bioprothèses pourrait être envisagée sur des séries plus importantes.

  Bioprostheses are generally constituted by animal heterograft (porcine valve leaflets or bovine pericardium). Over the past 40 years, advances in tissue fixation methodology and chemical treatments to prevent calcification have yielded improvements in the longevity of bioprostheses. All heterograft valves are preserved with glutaraldehyde, which cross-links collagen fibers and reduces the antigenicity of the tissue. Calcification occurs when nonviable glutaraldehyde-fixed cells cannot maintain low intracellular calcium. Calcium-phosphate crystals form at the phospholipid-rich membranes and their remnants, and collagen also calcifies. Pericardial prostheses are fixed in pressure-free conditions. Porcine prostheses fixed at zero pressure retain the collagen architecture of the relaxed aortic valve cusp. Higher fixation pressures cause tissue flattening and compression with loss of transverse cuspal ridges and collagen crimp. Multiple chemical treatments have been proposed to decrease the calcification process that invariably leads to material failure and valvular dysfunction. Today, multiple anti-calcification protocols used to treat bioprostheses are protected by patent.

  2.1); in fact most part of durability data with long term follow-up, up to 25 years, come from the analysis of patients populations having a second generation device [2.2]. Porcine second-generation prostheses include the Medtronic Hancock II and Carpentier-Edwards Supra-annular (SAV) valves. Second-generation pericardial prostheses include the Carpentier-Edwards Perimount and Mitroflow Synergy (Sulzer Carbomedics, Austin, TX) valves.
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 21 Fig. 2.1: Second generation bioprostheses
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 22 Fig. 2.2: Third generation bioprostheses
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 23 Fig. 2.3: Stentless bioprostheses
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 24 Fig. 2.4: Aortic homograft
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 25 Fig. 2.5: Mechanisms of bioprosthesis failure

Fig. 2 .

 2 Fig. 2.6: leaflet tears in degenerated porcine bioprosthesis

  Already used for the treatment of patients with native aortic valve stenosis and considered at excessive surgical risk, the TAVI procedure (Transcatheter Aortic Valve Implantation) has been proposed for use in the context of the bioprosthesis degeneration in patients similarly considered at excessive operative risk. Such a procedure (called Valve-in-Valve) provides for the implantation of a transcatheter valve within the degenerated bioprosthesis already in place, which is therefore not removed but, similarly to what happens in the TAVI procedure for the native aortic valve, constitutes the support for the transcatheter valve (Fig. 2.7).
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 27 Fig. 2.7: Edwards Sapien transcatheter valve deployed into a bioprosthesis

Fig. 2 .

 2 Fig. 2.8: Medtronic CoreValve transcatheter valve

  -2.25].
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 2 Fig. 2.9: Edwards Sapien transcatheter valve

Fig. 2

 2 Fig. 2.11 : Bioprosthesis different diameters can change according to valve type

Fig. 2 .

 2 Fig. 2.12: Drawings show helical projections from MDCT. A, Detectors follow 3D helical path, with table advancing at constant speed while gantry is rotating. Tube emits X-ray radiation (yellow) that is recorded by detectors. Resulting set of projections has helical configuration in space. B, Images are reconstructed from projection data by linear interpolation from projections closest to image plane. Advanced algorithms correct for cone-beam geometry.

Fig. 2 .

 2 Fig. 2.13: Drawings show that relation of table movement with respect to gantry rotation is described by beam pitch. A, Pitch of 0.5:1 indicates 50% overlap in projection data. B, Pitch of 1:1 indicates neither overlap nor gap in data. C, Pitch of 1.5:1 indicates 50% gap in data.

2. 4 . 1 . 2

 412 Cardiac Gating Gating techniques are used to improve temporal resolution and minimize imaging artifacts caused by cardiac motion. Two approaches to cardiac gating are typically used: prospective ECG triggering and retrospective ECG gating. The least cardiac motion occurs during diastole, when the ventricles are passively filling. A comparison between prospective and retrospective ECG-gating is presented in Tab. 2.4 [2.31]. Tab. 2.4: Comparison of different parameters between prospective and retrospective ECG-gating.Prospective ECG triggering uses the ECG signal to control scanning, so that X rays are generated and projection data are acquired only during cardiac diastole, more than half the rotation of the gantry. The total number of slices produced per heartbeat during this half rotation of the gantry is proportional to the number of rows of active detectors. Because an axial scanning method (rather than helical) is typically used and the table has to move by the total collimation width after each acquisition, one heartbeat typically has to be skipped between each acquisition. About 12 cm of scanning is required to cover most heart sizes, which requires approximately 48 heartbeats for single-slice CT (5-mm collimation), 24 heartbeats for 4-slice MDCT (2.5-mm collimation each row), 12 heartbeats for 16-slice MDCT (1.25-mm collimation each row) and 6 heartbeats for 64-slice MDCT (0.625-mm collimation each row). Thus, multidetector technology can obtain the entire scan during one breath-hold. The start of the diastolic phase of the cardiac cycle is estimated from the prior three to seven consecutive heartbeats and occurs approximately 450 msec before the R wave on the ECG. Prospective triggering techniques have important limitations. They are sensitive to heart rate changes and arrhythmias, but they have limited spatial z-axis resolution in order to cover the entire heart in a single breath-hold. They are effective only for heart rates of less than 70 beats per minute and perform poorly with arrhythmias, such as in atrial fibrillation. To overcome these limitations, retrospective ECG gating techniques are commonly used, at the expense of a higher radiation dose. Retrospective gating techniques allow faster continuous cardiac volume coverage, improved z-axis resolution, and imaging of the entire cardiac cycle for functional analysis. In retrospective techniques, partially overlapping MDCT projections are continuously acquired, and the ECG signal is simultaneously recorded. Algorithms are then used to sort the data from different phases of the cardiac cycle by progressively shifting the temporal window of acquired helical projection data relative to the R wave (Fig. 2.14).

Fig. 2 .

 2 Fig. 2.14: Temporal window for reconstruction from projection data is approximately 250 msec. Drawing shows that center of window can be located anywhere during heart cycle. Left box has its center at 10% of R-R interval, which is during systole. Right box has its center at 70% of R-R interval, which is during diastole and is most common motion-free imaging temporal window for heart.

Fig. 2 .

 2 Fig. 2.15: Drawings show two types of retrospective reconstruction algorithms. A, In partial scanning algorithm, continuous segment of projection data at single heartbeat is used to reconstruct image. B, In segmented adaptive algorithm, different segments of projection data from same phase of cardiac cycle at successive heartbeats are used to reconstruct image. Cardiac cycle and gantry rotation must not be synchronized for different segments to cumulatively cover large enough range of projection angles to reconstruct image from data.

  the advent of trans-catheter valve we are witnessing the birth of a new era for the management of valve diseases based on imaging. Imaging modalities are becoming more and more necessary for new generation practitioners because the good structural and morphological understanding allow a better planning of the procedures. This translates into a greater awareness of the pathology and should consequently facilitate clinical decision improving results.The functional assessment of bioprostheses after aortic valve replacement is represented by echocardiographic parameters that allow patients follow-up together with the clinics. But the reliability of echocardiography is not the same when we look at the morphological understanding of the bioprosthetic degeneration that could be useful during standard follow-up as well as for the decision making of a therapeutic solution. Failure mechanisms such as leaflet calcifications or tears, pannus formation or leaflets thrombosis should be preoperatively detected in order to choose the best adapted treatment.

  2.16) we propose to analyze thin cardiovascular structures as valve leaflets in MSCT data, is composed of: (a) the definition of a Region of Interest (ROI) depending on the type of bioprosthesis stent implanted in the patient, (b) a preprocessing step to reduce noise in the original CT images, (c) the segmentation of valve bioprosthesis components mainly based on a region growing process and (d) the visualization of the bioprosthesis components.

Fig 2 . 16 :

 216 Fig 2.16: Bioprosthetic aortic valve analysis from MSCT data.

Fig. 3 .

 3 1 illustrates original noisy MSCT images showing stent with high density and possible artifacts (A), low contrasted leaflets (B), calcifications on leaflets (C) and pannus under stent (D).

Fig. 3 . 1 :

 31 Fig. 3.1: Two MSCT slices of aortic valve prosthesis with high level noise, showing stent (A), leaflets (B), calcification (C) and pannus (D).

  Fig. 3.2: Noises in MSCT images of bioprosthesis. We can see noise and metal artifacts in both images. Image B shows strong directional noise.

  relations between the eigenvalues are summarized in table 3.1.Tab. 3.1: Possible patterns in 2D and 3D, depending on the value of the eigenvalues (H=high, L=low, N=noisy, usually small). The eigenvalues are ordered as:

  classify vessel and non-stationary streak.Because of the different size of arteries in images, the vesselness function is modified as: and maximum radius of arteries in original CT set.

  gradient along the q th direction (defined by the current voxel and neighboring voxels). c(x) is the function used to control the rate of diffusion along different directions. It can take different expressions such as: parameter to control the diffusion intensity in directions. It is determined by the intensity of noise. If the voxels are inside different objects,  , the processing of diffusion is stopped. If the voxels are inside different objects, increased. The higher is k (use of a more strength diffusion), the more smoothed are the images after an iteration.

  other cases. Fig 3.3 shows its curve.

Fig 3 . 3 :

 33 Fig 3.3: Curve of Tukey's Biweight function.
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 35 Fig. 3.5: Regions of interest: a slice in a classical cubic ROI (A), Cylindrical (B) and conformational (C) stent defined ROI, and illustration of the corresponding CT observations (D and E respectively) within one of the original CT slices.

Fig 3 . 6 :

 36 Fig 3.6: Circle of the metallic stent used to determine the features of the conformational ROI.

  local variance in the structures of interest. In this definition the maximum variance is assumed to be caused by the presence of an edge (energy of the signal) whereas minimum variance is caused by noise (energy of noise).Due to their size and density, the critical components are the leaflets. Structures with high density, such as stent and calcifications, would drive to artificially high SNR values and could be un-relevant regarding valve leaflets. Thus, voxels representing stent, calcification and pannus are not considered in the computation of SNR. Voxels located at the boundary between leaflets and vascular lumen are used to obtain the maximum variance whereas voxels located in the vascular lumen are used to obtain minimum variance.

Fig. 3 .

 3 Fig. 3.7 shows examples of MSCT images of bioprosthesis in four different

Fig 3 . 7 :

 37 Fig 3.7: Slices form MSCT data sets: HER (A), MAG(B), BOU(C) and DAV(D).

4 . 1 ,

 41 we describe how anisotropic diffusion filter can be applied and adapted to noise reduction in bioprosthesis images. Modified classifier based on Tukey's Biweight, median absolute deviation (MAD) and median filtering processes, as well as the determination of their parameters are more precisely peresented.. In Section 3.4.2, we propose a new approach based on stick filters which was initially introduced to process ultrasound images. Features along sticks are used to classify voxels within different structures and different noise reducing processes are designed. Following the approach introduced by Frangi with the vesselness measure in the case of tubular structures, we introduce the notion leafletness measure in the stick filter.
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 3 Fig. 3.8: impulse noises amplified during diffusion filtering.
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 3 Fig.3.9: 7 voxels-length 2D symmetric sticks set.

Fig. 3 . 3 . 4 . 2 . 2

 33422 Fig. 3.10: 4 voxels-length 2D asymmetric sticks set

SFig. 3 . 11 :

 311 Fig. 3.11: Sticks perform in thin structure (SM /SMC )(A) and in tubular structure (Sm / SmC )(B).

Fig. 3 .

 3 Fig. 3.12: the flowchart of classification of different structures in images.

2 '

 2 is the median value along the i th stick, N' is the number of S MC sticks
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 313 Fig. 3.13 : Case n°1 -explanted pericardial bioprosthesis showing a calcified leaflet prolapse.

Fig. 3 . 14 :

 314 Fig. 3.14: Case n°2 -explanted porcine bioprosthesis showing leaflet tear and calcified pannus.
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 317 Fig. 3.17: Examples of original images: HER (A), MAG (B), BOU (C) and DAV (D).Regions located in the red square include the bioprosthesis.

Fig. 3 .

 3 Fig. 3.18a: Filtering of case 1 -HER (original image and results obtained with the 7 different filters).

Fig. 3 .

 3 Fig. 3.18b: Filtering of case 2 -MAG (original image and results obtained with the 7 different filters).

Fig. 3 .

 3 Fig. 3.18c: Filtering of case 3 -BOU (original image and results obtained with the 7 different filters).

Fig. 3 .

 3 Fig. 3.18d: Filtering of case 4 -DAV (original image and results obtained with the 7 different filters).

Tab. 3 . 5 :

 35 Fig. 3.19: SNR of original images and results after denoising with the different filters.

  convolution kernel is difficult to determine. Even when we use the smallest kernel (radius=1 voxel), details of the structures of interest are smoothed. Larger convolution kernel may cause much more smoothed result with residual noise due to the non Gaussian distribution of the original noise. Anisotropic curvature diffusion and Min max curvature flow have similar performance, better than PM model and Catté PM model. Due to their directional filtering abilities these methods result in an undesired enhancement of metal artifacts. This drawback was also encountered with the original stick filter.

Fig. 3 .

 3 Fig. 3.20: SNR according to the number of iterations in the case n°2 -MAG.

  [4.1]. It plays a major role in many medical imaging applications, by automating or facilitating the delineation, localization and characterization of anatomical structures and other regions of interest. A lot of segmentation methods have been reported in the literature. They are based on different kinds of approaches such as region-based, boundary-based, model-based or a combination of these approaches.

Fig. 4 . 1 :

 41 Fig. 4.1: Application example of Interactive Region Growing method by 3D slicer software.

Fig. 4 . 2 :

 42 Fig. 4.2: Regions with large surface curvature (indicated by red arrows).

  structure. Leaflet voxels close to edge may have a part of S MC sticks crossing the edge, and may not have low local mean value. To ensure most of details on leaflet could be detected, we consider S m rather than S MC. Leaflet voxels should have low local mean value m I along S mi , (S m of the i th neighboring voxel) and vascular voxel should have high local mean value along S mi . The classification of local mean values along sticks is obtained by a thresholding operation. In this case the threshold T mean is determined interactively from the histogram of local mean values along all the sticks in the conformational ROI. It is located between the modes corresponding to vascular lumen and leaflets. By calculating these features, the neighboring voxels are classified as belonging to the region of the seed voxel (i.e. as a voxel of leaflet tissue) when: (i) m I belongs to the gray level range of normal leaflets (i.e. lower than T mean ); (ii) directions (S M ) orthogonal to the edge are similar or opposed to thoses of their seeds (i.e. i  has a value close to 0 or 180 degrees). In this case they constitute new seed voxels. This process is iterated until no new voxel can be marked as a seed. This segmentation referenced as Stick Region Growing (Stick RG) in the following is preceded by a Stick filtering preprocessing step. The flowchart of Stick RG is shown in Fig. 4.3.

Fig. 4 . 3 :

 43 Fig. 4.3: Flowchart of stick region growing

  BOU and DAV) by considering the best CT volume (optimal phase) in the cardiac cycle at the end of the diastole when the aortic valve is closed. Results obtained on slices at different locations in the CT volume are shown. We then present the 3D visualization, with surface rendering, of the in-vivo and ex-vivo valve prosthesis description resulting from IRG, Stick RG and SES segmentations.

Fig. 4 . 4 :

 44 Fig. 4.4: Examples of segmented CT-Slices obtained in case 1 -HER: metallic stent, calcifications and leaflets are indicated by green, brown and purple border respectively.

Fig. 4 . 5 :

 45 Fig.4.5: Visualization of the segmentation results obtained in case 1 -HER. Explanted bioprosthesis (A), ex-vivo segmented bioprosthesis (B), in-vivo segmented bioprosthesis with methods IRG (C), Stick RG (D) and SES (E). The commissure lost is indicated with blue circle and good leaflets cooptation with white arrows.

Fig. 4

 4 Fig. 4.6: Examples of segmented CT-Slices obtained in case 3 -BOU: metallic stent, calcifications and leaflets are indicated by green, brown and purple border respectively.

Fig. 4 . 7 :

 47 Fig. 4.7: Examples of segmented CT-Slices obtained in case 4 -DAV: metallic stent, calcifications and leaflets are indicated by green, brown and purple border respectively.

Fig. 4 .

 4 Fig. 4.8: Visualization of the segmentation results obtained in case 3 -BOU (A) and 4 -DAV (B). Explanted bioprosthesis (a), segmented ex-vivo bioprosthesis (b), segmented in-vivo bioprosthesis with methods IRG (c) and Stick RG (d).

Fig. 4 .

 4 Fig. 4.9: Visualization of the segmentation correction performed in case 3 -BOU. Explanted bioprosthesis (A), ex-vivo segmented bioprosthesis (B), in-vivo segmented bioprosthesis with methods IRG (C), Stick RG with correction (D) and SES with correction (E).

Fig 4 . 10 :Fig. 4 .

 4104 Fig 4.10: Visualization of the segmentation correction performed in case 4 -DAV. Explanted bioprosthesis (A), ex-vivo segmented bioprosthesis (B), in-vivo segmented bioprosthesis with methods IRG (C), Stick RG with correction (D) and SES with correction (E).

Fig 4. 12 :

 12 Fig 4.12: Visualization of the segmentation results obtained in case 2 -MAG (Front, i.e. view from aorta and Back, i.e. view from left ventricle). Explanted bioprosthesis (A), segmented ex-vivo bioprosthesis (B), in-vivo segmented bioprosthesis by IRG (C), Stick RG (D) and SES (E). Calcified pannus (indicated by black arrows) and leaflet tears (indicated by green arrows) are observed.

  obtained respectively by IRG, Stick RG, and SES on in-vivo (IV) and ex-vivo (EV) images. It was performed as following: the voxel volume was computed for each dataset (considering CT acquisition parameters showed in Tab. 3.4) and multiplied by the number of voxels of each bioprosthestic component resulting from the sgementation step. No correction was applied after Stick RG or SES. The criterion used to evaluate the results was the volume of bioprothesis components. Results of this analysis are shown in Fig. 4.13 (volumes are expressed in mm 3 ).

Fig 4 . 13 :

 413 Fig 4.13: Volume analysis of bioprosthesis components

Fig 4 . 14 :

 414 Fig 4.14: Stent based correction of leaflet volume in case HER.

  relatively easy to use, but needing heavy interaction by the user (manual selection of different seed points for the different components of the bioprosthesis). On the other hand, Stick Region Growing and Stick Exhaustive Search methods need, at this time, to be performed by means of specifically designed software tools, but their interactivity is lower. The reduced interactivity level results in some differences in terms of voxels volumes. It seems difficult to replace the user ability to recognize bioprosthesis different structures in CT transverse sections (IRG) by the automatic criteria based on CT density (Stick RG and SES).

  color, transparency, refractivity and reflectivity (defined by a transfer function), of each voxel of the volume data set allows the rendering to be more accurate (Fig 5.1).

Fig 5 . 1 :

 51 Fig 5.1: Volume rendering by ray tracing model.

  To allow the user to interpret easily the visualization of these data, and to understand and analyze the motion of the structures of interest only (i.e. the leaflets), the virtual camera pose has to be slaved to the valve movement. This motion compensation may depend on stent, aortic center line, or tricuspid annulus. Assuming the different MSCT volumes have been preprocessed, the overall approach (Fig 5.2) proposed to visualize aortic valve leaflets (bioprosthesis or native valve), is composed of: (a) Motion artifacts correction and grey level normalization, (b) Transfer functions designing for direct volume rendering, and (c) Motion compensation, mainly depending on stent (bioprosthesis) and tricuspid annulus (native valve).

Fig 5 . 2 :

 52 Fig 5.2 : Aortic valve visualization.

Fig 5 . 3 :

 53 Fig 5.3: Motion artifact between slices during systole.

  IuvI uv are the intensities of voxels in the overlapping areas of the first and second slice located at , ij , and 1 I and 2 I are the mean grey levels of the overlapping areas, respectively. The NCC measure depends on the overlap between slices. We compute NCCs for 01

Fig 5 . 4 :

 54 Fig 5.4: Different motion artifacts on stent and vascular lumen.

Fig 5 . 5 :

 55 Fig 5.5: CT slice after preprocessing (A) and the region of interest including aortic valve (B). By dilating the region of voxels classified as leaflets (C), we get a region including leaflets (D).
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 56 Fig 5.6: Standard volume rendering of aortic valve bioprothesis.

Fig 5 . 7 :

 57 Fig 5.7: TFs used in a case of bioprosthesis and the result of volume rendering.

Fig 5 . 8 :

 58 Fig 5.8: TFs used in a case of native valve and the result of volume rendering.

Fig 5 . 9 :

 59 Fig 5.9: The direction orthogonal to the complete metal stent plane (A) and the position of virtual camera (B). Coronaries are marked by blue arrows.

Fig 5 . 10 :

 510 Fig 5.10: Direction defined by metal parts of incomplete metal stent (A), which is actually directed towards the center of the valve prosthesis (B), and the position of the camera (C).

Fig 5 . 11 :

 511 Fig 5.11: Pose of the virtual camera and the centerline.

Fig 5 . 12 :

 512 Fig 5.12: Voxels located in tricuspid annulus (A -C). Points at the top of commissure of leaflets (A) and at the bottom of leaflet determine the direction orthogonal to tricuspid annulus (D) and the position of virtual camera (E).

Fig 5 . 13 :

 513 Fig 5.13: Visualization of the 3D+T data set in HER case: 4 systole volumes (R1 -R4) and 6 diastole volumes (R5 -R10). The commissure lost and the good leaflets cooptation can be seen in rendering. Visualization results obtained without gray level normalization and with rough motion compensation (R1bis -R10bis).

Fig 5 . 14 :

 514 Fig 5.14: Visualization of the phases in YVE data set: 3 systole volumes (1-3) and 5 diastole volumes (4-8). The motion of one leaflet is altered due to calcifications on it. R1bis -R8bis without motion compensation and gray level normalization are comparison group.

  

  

  

  

  . When metal is present, pronounced dark and bright streaks are produced in reconstruction with conventional filtered back projection. These artifacts seriously degrade image quality, particularly near the metal surfaces. Primary applications of metal artifact reduction include dental, orthopedic, oncologic imaging. Metal artifact reduction in MSCT images of aortic valve prosthesis is a new issue in cardiac CT imaging.
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	Where	* uI G   	is the convolution between the original image and a
	Gaussian function.	
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  The main drawback with PM model is the determination of the parameter k in the case of images with high level of noise. Thus, when the value of k is high to denoise the image,

						, () t pq cI 	and	I 	, pq t	may give both
	high outputs for the noise voxels. After some iterations, some sharp impulse
	noises may appear. These impulse noises can not be smoothed by PM model
	itself.				
	Catté_PM model [3.18] was presented in 1992. It uses a Gaussian convolution
	Function to improve the performance of PM model in case of strong Gaussian
	noise:				
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Classical Anisotropic diffusion operators as PM model can enhance edge while denoising the image.
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ROI DEFINITION

In order to deal with the difficulties mentioned in previous sections of pre-processing and segmentation of the CT images of the bioprosthesis, we considered a region of interest (ROI). While this region should include all the structures of the bioprosthesis, it also should be as small as possible. In this region which has to fit to the bioprosthesis, decreasing the number of voxels may make denoising and segmentation much easier, and the amount of metal artifacts and false segmentations will be decreased.

We considered two kinds of shape for the ROI: a cylindrical shape preferentially for incomplete metallic stents and a conformational shape for complete metallic stents (Fig. 3.4). These two kinds of ROI are both defined by the metal part of the bioprosthesis stent.(Fig. 3.5). We obtained in-vivo and ex-vivo acquisition for all databases. The main image resolution parameters derived from the CT acquisitions using the above mentioned protocols and retrospective reconstruction (in-vivo) are summarized in Tab. 3.4. reconstruct leaflet morphology by preoperative CT images segmentation or/and visualization.

Additional comments have to be done concerning segmentations results.

Among the analyzed datasets the best results have been obtained in the case of the pericardial bioprosthesis (Case #1 -HER). In this specific case the reason can be partially attributed to the thickness of the valve tissue.

Pericardial leaflets are largely thicker than porcine with consequent better detection by CT. Results of all segmentation methods were satisfactory in this case and less interactive/more automatic methods based on stick segmentation should be considered and preferred for their efficacy.

The porcine bioprostheses (Case #2,#3,#4 -MAG, BOU, DAV) showed in general worst results. Porcine leaflets are quit thin and their thickness could be not the same along the leaflets because of their natural origin. The incomplete detection by CT results in leaflets defects in 3D reconstructions. In these cases interactive method allows manual adjustments to complete undetected leaflets and should be preferred.

Looking at quantitative analysis, there are different factors that could explain the volumes differences observed between in-vivo and ex-vivo reconstructions.

Firstly, the image resolution is not the same. In-vivo acquisition protocol is represented by the standard protocol used for ECG gated coronary CT and specific acquisition for bioprosthesis analysis doesn't exist at the moment.

Concerning the ex-vivo images we chose a high resolution acquisition protocol reported.

Two classes of visual rendering techniques have been widely used in medical image visualization: surface rendering and volume rendering.

Surface rendering (as we introduced in section 4.1.7) relies on a previous binarization, or segmentation, of the structures of the objects of interest and the tessellation of the surface initially described by sparse or dense 3D point sets.

The quality of surface rendering is depending on the segmentation results.

From the previous results (section 4.3), we observed some defaults in the visualization obtained with surface rendering due to the imperfection of the segmentation. This tends to show that surface rendering may not be the most suitable technique for visualizing the 3D + T data sets.

Volume rendering does not demand a previous binarization of the images. It provides the ability to display either surface, volume values or both. In this case spatial circumscription (plane cutting for example), set operations (union, intersection, difference) and multistructure transparency effects can be easily done.

performance by causing complex light paths.

Maximum intensity projection MIP

In the MIP algorithm, the highest-attenuation voxels along lines projected through the volume data set are selected [5.11]. The subset of these high-attenuation voxels from the volume is then incorporated into a 2D image.

MIP is a widely used rendering tool and has proved particularly useful for evaluation and display in CT angiography [5.11, 5.12], especially for the visualization of coronaries [5.13].

However, there are two main limitations of the technique: (i) the evaluation of the vascular structures of interest may be obstructed by the presence of external high-attenuation voxels, and (ii) the 3D relationships among the structures are not visible in the display [5.14].

Direct Volume Rendering

The Direct Volume Rendering (DVR) technique is a very common tool in the analysis of volumetric data [5.3]. Transfer Functions (TFs) are used to map intensities in the CT data with color and opacity.

Volume ray casting [5.3, 5.4, 5.13, 5.15, and 5.16] is one of most common used DVR techniques. The idea of ray casting is very similar as ray tracing.

Rays are determined by the optical center of virtual camera and the pixel on voxels classified as leaflets in the pre-processing step. Typically, we dilate the region with a spherical structuring element of 3 voxels radius. We find the range of grey level of tissues located inside the sub-region for each volume.

The maximum and minimum grey level values are used to normalize voxels values. For each volume we compute the normalized grey level I0 as follows:

)

In is the grey level of the considered voxel in the volume Vn. Imn and IMn are the minimum and maximum grey level values of structures in volume Vn.

Rendering

We use volume ray casting, which is more suitable than MIP and ray tracing, for visualizing the prosthesis and native valve. Fig 5.6 shows the result of a preliminary test preformed on valve bioprothesis data by using common volume ray casting model. It is difficult to understand the morphology of the bioprosthesis. To improve visualization TFs have to be defined specifically for aortic valve.

RESULTS

In this section we report the visualization results obtained with 2 MSCT patient data sets, one with bioprothesis and one with native valve. The main image parameters are summarized in Tab. 5.1.

Tab. 5.1 Image resolution parameters of MSCT data sets

In the following, we present the 3D visualization with volume rendering by considering all the volumes in the 3D+T data sets.

The first example is reported in the case 1 of the pericardial bioprosthesis (HER). Volumes V1-V4 are reconstructed during systole phases and volumes V5-V10 are reconstructed during diastole phases.

Although the image quality is not as good as in the data set we used in section 4.3, volume rendering and motion compensation give satisfactory results, denoted as R1 -R10 (Fig. 5.13). Nevertheless, the visualization does not provide a complete description of the structures when the magnitude of the leaflets motion is high (volumes V2-V4). We can see a commissure lost and good leaflets cooptation in diastole volumes, as this has been already observed from segmentation result in section 4.3. Furthermore, here, we can

CONCLUSION

Visualization could be used to overcome the difficulties encountered for the segmentation of MDCT images, and to fully render the information included in the 3D+T CT volume images to improve and accelerate the general understanding of vascular pathologies and allows a more realistic preoperative planning of surgery/interventional procedure.

We retained direct volume ray casting technique to visualize 3D+T CT volumes, by considering pre-processing and rendering issues. Moreover motion compensation was required to control, during the cardiac cycle, the pose of the virtual camera within the moving aortic root. The input of the visualization process was provided by the output of the pre-processing step.

Preliminary results showed that the proposed spatio-temporal visualization provides additional information on the dynamical behavior of bioprosthesis structures during cardiac cycle. These visualizations could be used to improve the understanding of the failure mechanism and facilitate the medical decision about the therapeutic option.

Although our work was mainly dedicated to aortic valve bioprothesis, we also reported first results obtained on native valve to illustrate the interest of the proposed methodology.

Our preliminary results suggest the feasibility to enhance and visualize aortic bioprosthesis leaflets by applying the proposed processing methods for noise reduction and segmentation to preoperative CT images. Because today such visualization of bioprosthesis leaflet morphology is intricate or impossible with other imaging techniques, we believe that in the next future high resolution CT images exploration may play an important role to improve the understanding of the dysfunction mechanism in patients with a degenerated aortic valve bioprosthesis.

Additional studies are necessary to improve and validate these results. Subject to further validation of proposed image processing methods, presumably accompanied by an adaption of acquisition protocols, the analysis of the degeneration in bioprosthesis could be considered in larger series. In addition, 3D reconstruction and description of bioprostheses structures could represent in next future an important tool to improve the planning of the valve-in-valve procedure or could be used to preoperatively simulate this kind of procedure. 

Appendix 1 -Figures legend