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Introduction Interventional radiology

Interventional radiology consists in using medical imaging for the guidance of minimally invasive surgical procedures. Typical procedures such as biopsies, infiltrations and ablations of tumors can be performed for diagnostic or therapeutic reasons. They are performed through percutaneous access and are directly monitored through an imaging device. The used imaging modalities include ultrasound (US), computer tomography (CT) or magnetic resonance imaging (MRI). Advantages of MRI-guidance for interventional radiology include absence of ionizing radiation exposure for both patient and medical staff, better soft tissue contrast and free image plane orientation and positioning during acquisitions.

Interventional MRI and thesis motivation

Nevertheless, procedures under MRI guidance can be time consuming. One to three successive image planes are continuously acquired to monitor the real-time procedure. Typically, physicians are interested in the image planes being aligned to the main axis of the interventional instrument to obtain a "3D-like" vision of the instrument, target lesion and the surrounding anatomical structures of interest. As the physician is occupied with the surgical procedure, he/she cannot at the same time align the image planes to the performed instrument movements. In order to monitor the advancement of the instrument inside the patient's body, the image planes are thus manually aligned by a technologist at the MRI console. Due to visual occlusion by the MRI scanner and the surrounding machines (e.g. for monitoring of vital signs of the patient), the technologist cannot observe the movements of the physician's hand in order to alter the image planes accordingly. Vocal communication between physician inside the MRI room and the technologist at the MRI console is usually possible over the standard patient intercom system. In that case, the physician cannot talk to the technologist during image acquisition due to the strong noise inside the MRI room. Thus positioning and orientation of image planes is often performed with the physician using sign language. As a consequence, the quality of the alignment of the image plane to the instrument strongly depends on the experience of the technologist at the MRI console, on his/her communication means with the physician and on the experience of them together as a team.

Hence, we propose throughout this thesis the development of a real-time image plane alignment method, allowing to control the real-time MR image planes automatically from inside the MRI room. 

Thesis Organization

The first chapter, presents an overview of recent developments, technical constraints and typical procedures in interventional MRI. Assistance for entry point positioning, automatic image plane alignment and automatic detection of the interventional tool are highly interesting features in order to facilitate and eventually improve the accuracy of such procedures. Specifically a literature review of tracking systems for interventional MRI is proposed before the thesis objectives are presented.

performance. Chapter 3 starts with an introduction of the Kalman filter and its benefits. The integration of the filter in the image plane alignment workflow is then described. In order to account for disparities in the measurement confidence for different image planes, a dynamic adaptation of the measurement noise covariance matrix of the Kalman filter has been investigated for the presented workflow. The benefits of the Kalman filter for image plane alignment are then highlighted with the same simulations and experiments as those performed for the initial workflow.

Due to the slow image acquisition rate of the clinical MRI sequence, it is proposed in chapter 4 to decouple the tracking from the MR images alone, through use of an additional sensor. For this reason, an RGB-D sensor is integrated into the initial workflow. The integration of the RGB-D sensor into the existing workflow is presented in its different aspects, i.e. MRI compatibility, 3D position measurement and registration. An online registration step is performed in order to use the RGB-D sensor measurements in the MRI frame. Furthermore, measurements based on the RGB-D sensor and on the MR images are fused using an Information filter. This hybrid workflow, combining active and passive tracking approaches is then experimentally validated.

Interventional Magnetic Resonance Imaging (MRI)

1.1 Current status of interventional MRI

Interventional radiology and interventional MRI

In interventional radiology, different imaging modalities such as ultrasound (US), X-ray computer tomography (CT) or magnetic resonance imaging (MRI) are used for guidance of minimally invasive percutaneous procedures including biopsies, infiltrations, ablations and also intravascular interventions. MRI has several benefits over other imaging modalities (CT, US), starting with its excellent soft-tissue contrast and a high image resolution. Both anatomic and physiologic information can be acquired. It is thus possible to assess functional parameters such as flow velocities, thermal imaging, perfusion and diffusion. Compared to CT, MRI is a non-ionizing medical imaging modality, thus preserving both patient and practitioner from radiations during image acquisition. Moreover, MRI allows to image any 3D volume or single slice imaging plane in space as the image plane orientation and position can be freely chosen. Due to these advantages, MRI has become an attractive imaging modality for diagnostic and therapeutic image-guided procedures. However, interventional MRI remains clinically confidential due to strong economical (aspect not covered in this work) and technical constraints, such as the high permanent magnetic field and the radio-frequency (RF) pulses used for imaging, and the restrained spatial access to the patient.

Technical constraints in the MRI environment

Interventional procedures in MRI include thus the use of surgical tools and machines within the MRI environment. As a high permanent magnetic field, transient gradient magnetic fields, and radio frequency (RF) pulses are used for MR imaging, multiple technical constraints have to be respected for the use of additional tools inside the MRI room ( [START_REF] Daanen | Suivi 3D de gestes chirurgicaux[END_REF]).

The permanent magnetic field (B 0 ) of the MRI scanner is probably the most constraining property of this imaging modality due to its field strength typically between 0.1 T and 3 T for interventional MRI scanners. Strength of attraction of a material by the MRI scanner magnet depends on the magnetic properties of the material and the scanner field strength. Paramagnetic materials are only weakly attracted to the magnetic field in contrast to ferromagnetic materials, which are subject to high attraction. Furthermore, the use of ferromagnetic materials in the proximity of the permanent magnetic field causes a disturbance of its homogeneity resulting in geometrical distortions of the acquired images. Static disturbances of metallic materials can be compensated through shim coils, whereas dynamic motion of metallic materials causes local disturbances of the field homogeneity, which result in artifacts within the MR image.

During MR imaging, RF pulses between ∼8 MHz (0.1 T) and ∼123 MHz (3 T) are used for excitation of the hydrogen nucleus. Instrumentation inside the MRI room must not only endure these pulses but must also be resistant against RF induced heating. Furthermore, data transmission inside the MRI room can be compromised through the RF pulses. Thus instrumentation has to be shielded against RF noise. Due to the high sensitivity of the reception antennas of the MRI scanner, shielding is also important for protection of the MR image quality with respect to electromagnetic noise produced through electrical appliances used within the MRI room. Furthermore, disturbances from outside the MRI room must be avoided. Hence, data transmission between the MRI room and the outside must be performed with shielded cables and RF filters or with optical fiber cables in order to sustain the functionality of the Faraday cage surrounding the MRI room.

The typical MRI bore is a small radius long tunnel in which access to the patient is rendered extremely difficult for the interventionalist. Even in recent "open-bore" MR systems, spatial access to the patient remains constrained.

The last typical constraint of the MRI environment is the strong acoustic noise of due to fast current switches in the gradient coils. This noise impedes oral communication between staff members inside and/or outside the MRI room, but also between the staff and awaken patient. Both patient and practitioner must wear noise protecting headsets or earplugs.

Apart from the technical constraints, the patient herself/himself must not present any contraindications to the MRI exam such as metallic implants (metallic cardiac valves, vascular clips,...), pacemakers or other non-MR safe electrical medical implants inside the body.

Despite these constraints, interventional MRI has emerged over the years thanks to the evolution of MRI imaging sequences, hardware and software [START_REF] Moche | Navigation concepts for MR imageguided interventions[END_REF].

Technical developments in interventional MRI

First interventional MRI scanners were C-arm type magnets where the permanent magnetic field is oriented vertically between two magnet pole shoes. Further developments resulted in double-donut MRI scanners where two solenoid coils with a vertical gap in between are used for image acquisition (Figure 1.1a). The advantage of such systems is that they allow to access the patient from several directions and are thus well suited for biopsies or ablations. However due to their low permanent magnetic field strength of under 1 T, these systems had a lower image quality and acquisition speed than diagnostic systems with a field strength of 1.5 T or more. A C-arm type with a field strength of 1 T has been developed (Philips Panorama MR, Philips Healthcare, Best, Netherlands), but the pole shoes are much larger than for the initial C-arm type and restrain access to the patient (Figure 1.1b). Interventional solenoid magnets with short (length of ∼1.5 m) and wide (diameter of ∼0.7 m) bores have then been developed allowing to acquire MRI images of higher quality at a field strength of 1.5 T with the possibility for the physician to access the patient within the MRI scanner from the tunnel opening (Figure 1.1c).

Besides the development of interventional MRI scanners, further efforts have been made to furnish the interventional MRI room with compatible hardware such as shielded monitors for MR image display to the physician inside the MRI room. Furthermore, MR-compatible input devices such as table controls, keyboards and foot switches have been developed allowing to change imaging parameters interactively from within the MRI room. Accordingly, software protocols for real-time communication with the MRI console PC have been opened to the research community allowing to develop software interfaces for interactive control of sequence parameters in real-time. As presented in [START_REF] Block | Pulse sequences for interventional MRI[END_REF], several commercial solutions are available for interactive real-time control of MR imaging parameters. One of the major requirements for interventional MRI was the development of interventional imaging pulse sequences allowing to acquire MR images rapidly with a high soft tissue contrast. For this purpose, great efforts have been made for the development of rapid imaging sequences allowing to acquire different types of contrasts such as T1-weighted, mixed T1-and T2-weighted and T2 * -weighted images ( [START_REF] Block | Pulse sequences for interventional MRI[END_REF]). Interventional pulse sequences have been developed for interactive alteration of image plane position and orientation, as well as image contrast. Such pulse sequences typically allow to successively acquire and display several Chapter 1. Interventional Magnetic Resonance Imaging (MRI) image planes in order to monitor the needle advancement in percutaneous procedures.

Thanks to these developments, interventional MRI is today a powerful tool for therapeutic procedures and part of the clinical routine for cancer treatment.

Clinical workflow of MR-guided percutaneous procedures

Typical therapeutic and diagnostic percutaneous procedures under MR-guidance are biopsies, infiltrations, ablations and intravascular interventions [START_REF] Jolesz | Invited. interventional and intraoperative MRI: a general overview of the field[END_REF]). Biopsies, infiltrations and ablations are typically performed in the prostate, liver, kidney and breast. Intra-vascular interventions are performed in order to deliver stents, vena cava filters or embolization materials using catheters.

During a biopsy, a sample of tissue or bone is retrieved from a suspicious area for examination. The sample is retrieved through a puncture with a hollow needle extracting a core of the suspicious area. During ablations, one or several needles are placed within a tumor, which is then destroyed either through RF ablation, cryoablation, laser ablation, high-intensity focused ultrasound (HIFU) or brachytherapy. For an RF ablation, a needle is placed within the tumor and an electrical current is applied in order to heat the tissue. In the same manner, laser ablation and HIFU rely on tissue heating for destruction of tumors. During a cryoablation, the tissue is destroyed through freezing. For this purpose a gas (e.g. argon) is led through a hollow needle into the tumor and freezes the surrounding tissues. Thawing cycles can be alternated with freezing until destruction of the tissue ([GTA + 12]). During brachytherapy, radioactive seeds are implanted into the tumor in order to destroy the surrounding tissues.

Hence, typical interventional tools for MR-guided procedures are either rigid, such as needles, or flexible, such as catheters and guidewires. During the procedures, it is mandatory to correctly detect the position and orientation of the interventional tool in order to monitor its advancement. For that matter, the image planes are typically aligned to the tool main axis or perpendicular to it (Figure 1.2).

A typical workflow of a percutaneous intervention can be described as follows:

1. Pre-operative planning The patient is installed inside the MRI scanner. A 3D volume acquisition of the zone of interest is acquired and the needle insertion point and path are planned in the MR images.

Marking of the needle insertion point

The point of needle insertion is then marked manually on the patient's skin by identifying the insertion point through placement of an MR-visible marker on the patient. The zone around the needle insertion point is sterilized. A local anesthesia is administered to the location of the needle insertion point.

Procedure and real-time MRI-guidance

An incision is performed at the needle insertion point in order to facilitate needle advancement and limit needle bending. The needle is then inserted and its advancement is monitored through the MR images. MR image plane position and orientation are dynamically manually updated for the physician to have a precise view of its needle advancement within the surrounding anatomy. Typically, two image planes are aligned to the needle main axis and orthogonal to each other in order to depict the anatomy surrounding the needle in a 3D-like fashion. Once the needle reaches the targeted region of interest, the treatment or sampling is performed. The needle is eventually retracted.

Current needs in MR-guided percutaneous procedures

Very little dedicated solutions are commercially available to facilitate the described clinical workflow, so that interventional MRI remains clinically limited to highly trained centers. Several difficulties remain for the clinical teams performing percutaneous procedures under MR-guidance. The exact marking of the needle insertion point on the patient's skin is manual and can therefore be time consuming and prone to error. The insertion point determined in preoperative planning images has to be located in the MRI coordinates. Two manual methods are used for patient skin marking of the entry point. The first method relies on the MRI laser normally used for isocenter definition relative to the patient. The patient table is manually moved so that the entry point lies underneath the laser plane. Then the right-left position of the entry point is measured with a ruler from the laser cross. For the second method, MR images of the insertion plane are continuously acquired while the physician palpates the patient's body until detecting his finger in the MR image. Then he/she translates his finger to the appropriate right-left position, before marking the entry point on the patient skin.

Once the entry point is correctly marked, the practitioner relies on his/her own experience to introduce the needle with the correct angulation in order to reach the targeted lesion. Laser pointers are commercially available in CT but not for MRI so far.

Manual tracking of the needle insertion and real-time image plane alignment is a tedious task as the physician has no means for controlling the image planes. Interfaces allowing to control the MR images planes from within the MRI room exist, but the physician is occupied with the needle insertion and has thus not the possibility to manipulate them. The realtime image plane orientation and positioning is thus performed manually by a technologist at the MRI console and its time efficiency strongly relies on the experience of physician and technologist as a team as no communication is possible during image acquisition in a normal MRI scanner setup. A dedicated interventional MRI headphone system using optical microphones for avoiding interference with the image acquisition is commercially available (IMROC IR from Optoacoustics, Or Yehuda, Israel). Nevertheless, image plane alignment based on oral communication remains tedious. Fast and accurate localization of and automatic image plane alignment to the interventional tool are thus of high interest for interventional MRI. An overview over the research carried out in this domain is given in section 1.2.

Literature review of tracking systems for interventional MRI

Numerous efforts have been made for automatic interventional tool detection and image plane alignment. The presented works can be grouped in active and passive strategies ([DLF06], [START_REF] Kaiser | Interventional MRI: minimal-invasive surgery under MR guidance[END_REF], [START_REF] Duerk | A brief review of hardware for catheter tracking in magnetic resonance imaging[END_REF]). As this classification is not unique in the literature, classification for this review is realized as follows. Active strategies are defined as relying on additional electrical hardware connected to the MRI scanner or another measurement device in order to track interventional tools and adjust image planes automatically. In contrast, passive strategies rely on detection and tracking directly in the MR images based on contrast enhancement and do not use additional active devices. The following overview over the literature in this domain has been inspired from existing literature ( [START_REF] Bock | MR-guided intravascular interventions: Techniques and applications[END_REF], [START_REF] Kaiser | Interventional MRI: minimal-invasive surgery under MR guidance[END_REF]).

Active tracking systems

Active tracking systems rely on different principles such as gradient field measurements, tracking RF coils or optical tracking.

Spatially varying gradients that are applied for imaging or specifically for tracking can be used in order to determine position and orientation of the surgical device to which the sensor is attached. In [SKH + 13] a Hall sensor is used for measurement of three specific gradients applied along the three axes of the MRI. The challenge in this approach is to accurately measure the magnetic gradients in the presence of the high permanent magnetic field of the MRI scanner. For this purpose, bipolar pulses are applied sequentially along each axis of MRI and a specific conditioning circuit is used (Figure 1.3). This signal conditioning circuit outputs one analog signal proportional to the magnitude of the applied gradient for every magnetic component. The output signal is transmitted via optical fiber cable outside of the MRI room. Currently, this tracking device could typically be attached to a needle holder and used for percutaneous procedures such as biopsies, ablations and infiltrations. In [BUS + 06], the Faraday effect is used for measurement of the gradient fields using a nonmagnetic, non-electrically conducting optical sensor. The position of the device can be determined as the polarization plane in an optically active material depends on the local magnetic field. This type of sensor is typically usable for intravascular procedures as it is very small and can be included into a catheter (Figure 1.4). Another possibility for gradient measurement is the use of pick up coils measuring induced voltages during gradient switching. The EndoScout (Robin Medical, Baltimore, MD) and CathScout (Robin Medical, Baltimore, MD) systems are commercially available solutions using three orthogonal pick up coils for tracking of rigid interventional tools and catheters, respectively (Figure 1.5). The induced voltages are measured and compared to a gradient control signal for determination of position and orientation of the sensor. Advantages of gradient-based tracking systems are that either no extra-time or only short extra-time for application of tracking gradients is consumed. Furthermore, the Faraday sensor is completely made of non-conducting material, which prevents RF heating. For the Hall sensor and pick up coils, heating can be a problem and are a risk for the patient and the device. Furthermore the physical link between the sensors and a measuring device either through optical fiber or electrical cables restrain the free motion of the device. A further drawback of the Faraday sensor is the fragility of the used optical fiber cable.

Small tracking and profiling RF coils can be integrated in interventional devices and can be used for detection and tracking applications. The coils are directly connected to the receiver system of the MRI scanner. Their detection is realized with dedicated RF pulses that are interleaved with the imaging parts of an MRI sequence. In [BVZ + 04] a catheter with three integrated RF coils is presented in combination with a dedicated real-time pulse sequence and a user interface allowing to automatically align the acquired image planes according to the performed catheter motion (Figure 1.6). The advantage of this approach is the possibility to track a device automatically within a very short time. The coils can be used within catheters when miniaturized and for tracking of rigid interventional tools when attached to them. A possible risk of this technique is potential RF heating due to the conducting cables between the coils and the MRI receiver channels. Furthermore the detection of the coils requires dedicated tracking sequences.

Optical tracking systems use cameras and markers for tracking of holding devices for rigid percutaneous interventional tools used for biopsies, ablations and infiltrations. In [VBR + 07] a stereoscopic camera system consisting in four CCD monochromic cameras is used for detection of an infrared LED attached to the distal end of a needle inside a C-arm MRI scanner.

The presented system also provides a laser pointer for indication of the needle insertion point on the patient's skin (Figure 1.7). In [BSKO + 02] a similar system using only one camera and several markers attached to a biopsy tool is presented. Advantages of optical tracking systems are their high accuracy and the ability to track the interventional tool outside the patient. No pulse sequence alteration is necessary as the optical system is totally independent from the MRI technology. Their drawbacks are the need for a line-of-sight link between marker and camera and thus their limited usability for closed-bore scanners. Furthermore a registration step is necessary between the camera system and the MRI scanner.

Common advantages of active tracking systems are their high accuracy and their independency from MR image contrast. Their drawbacks are the need for additional and often costly hardware that must be made compatible with the specific MRI set-up and pulse sequences. 

Passive tracking systems

Passive tracking approaches track interventional tools directly in MR images through signal enhancement or attenuation. The existing systems rely on paramagnetic markers or MRI contrast-agents, inductively coupled coils or application of currents in a wire.

Paramagnetic markers cause local field distortions of the permanent magnetic field and are depicted as dark spots on the MR images resulting from the signal loss in the region surrounding the marker. Due to this negative contrast they can be used for tracking of catheters within surrounding tissue. In [START_REF] Van Der Weide | Localization of intravascular devices with paramagnetic markers in MR images[END_REF] dysprosium-oxide markers are used for tracking of a guidewire in an intra-vascular intervention.

A positive contrast can be obtained when a dephasing gradient is applied in the slice selection direction during image acquisition ( [START_REF] Seppenwoolde | Passive tracking exploiting local signal conservation: The white marker phenomenon[END_REF]). This dephasing gradient causes a signal loss in the image, and results in a bright marker on a dark image background. Another possibility of tracking paramagnetic markers within an MR image is to use a selective excitation of paramagnetic equipotential curves caused by a magnetized marker such as a ferromagnetic sphere ( [START_REF] Felfoul | In vivo MR-tracking based on magnetic signature selective excitation[END_REF]). An RF excitation tuned to the desired equipotential curve is applied and acquisition of three central k-space lines is sufficient for 3D tracking (Figure 1.8). The advantage of paramagnetic markers is their small size. They can thus easily be used within catheters. Their drawback is the need for dedicated tracking images.

Contrast agents based on paramagnetic substances (e.g. gadolinium) are often used as passive markers for signal amplification in MR images due to their short T1 relaxation time. In [DSF + 07], a stereotactic frame consisting in acrylic plastic with seven embedded contrast agent-filled glass cylinders is used for dynamic scan plane alignment (Figure 1.9). The unique intersection points of the glass cylinders with only one scan plane allow to determine the position and orientation of the frame. This stereotactic frame is presented in the context of a robot-assisted navigation system for MRI-guided prostate biopsy and brachytherapy but could also be used for tracking of a rigid interventional tool when attached to it. The advantage of this technique is that the device can be tracked directly in clinical images without the need for dedicated tracking images. Its strong drawback is the bulkiness of the stereotactic frame.

In [dORB + 08a], a commercially available prostate biopsy passive marker (PBPM) is used for implementation of an automatic image plane alignment workflow. The PBPM is a contrast agent-filled hollow cylinder through which the needle is passed. Two tracking-dedicated image planes orthogonal to the main axis of the PBPM are acquired. The ring shaped PBPM is then detected through phase-only cross-correlation on both image planes in order to align a third clinical image plane to the needle axis (Figure 1.10a,b). In [dORB + 08b] this system is extended with an additional marker in order to track motions of the PBPM along its main axis (Figure 1.10c). In [MKdO + 09] this marker is then adapted for percutaneous interventions through addition of a second cylindrical marker that is attached to the hollow cylinder at an angle of 15 • . This allows to detect additionally the rotation of the device around its main axis (Figure 1.10d). The initial PBPM is used in [MKS + 11] for tracking motions along its main axis without any hardware modifications. This is realized with a projection of the PBPM signal to its main axis in order to determine the device position in needle direction. The advantage of these techniques is their simplicity as they are based on a commercially available marker. The drawback is that two dedicated tracking images have to be used for tracking and image plane alignment.

Inductively coupled coils are untethered RLC circuits that are tuned to the Larmor frequency of the MRI scanner. They rely on mutual inductance between aligned coils in order to transmit a signal from one coil to another. In this manner the coils couple inductively to the transmit coil of the MRI scanner and locally amplify the flip angle within their windings ( [START_REF] Burl | Tuned fiducial markers to identify body locations with minimal perturbation of tissue magnetization[END_REF]). This allows to acquire dedicated low flip angle tracking images where only little signal is measured from tissue or liquids surrounding the coils and where the interior of the coils appear as bright points. A single loop coil is used in [QZK + 05b] for visualization of a catheter. In [RME + 08] two coils are attached to an endorectal probe for prostate biopsies (Figure 1. 11). In [QZK + 05a] a The advantages of inductively coupled coils are the simplicity of their detection and their safety against heating as their dimensions are normally chosen smaller than the wavelength of the MRI scanners. Drawbacks of this technique are that the coupling and thus the signal amplification is dependent on the orientation of the coils with respect to the permanent magnetic field of the MRI scanner and that their use is restrained to one MRI scanner field strength.

For visualization of a catheter during an intra-vascular procedure, Glovinski et al. ([GAB + 97]) presented a system where a current is led through a copper wire loop inside a catheter. The current creates a local magnetic field that disturbs the homogeneity of the permanent magnetic field of the MRI scanner. Due to this disturbance the image zone within this local magnetic field appears dark and is well detectable among the surrounding tissues (Figure 1.12). An image subtraction technique can then be used in order to monitor the advancement of the catheter. The advantage of needle artifact detection is that no additional device is used. Drawbacks of this technique are that the needle artifact depends on the orientation of the needle with respect to the permanent magnetic field, and that the detection depends on the robustness and accuracy of the implemented image processing.

Thesis objectives

Common advantages of passive tracking methods are their simplicity and cost-effectiveness. Their drawbacks are the inherent need for the tracking device to be located inside the tracking images and the tracking update rate depending on the used MRI sequence. Also, most methods require dedicated MRI acquisition times, slowing down the update rate even more.

Thesis objectives

The active approaches presented in the literature need additional and often costly hardware whereas passive approaches usually need dedicated tracking images and can be bulky. The objective of this work is to develop a method for dynamic image plane alignment in real-time that would require only little additional instrumentation, be cost effective and minimize dedicated tracking time.

For these reasons, a passive workflow has been developed for automatic image plane alignment without the use of dedicated tracking images.

During interventions, physicians use fast MR imaging sequences acquiring image planes with a typical slice thickness of 4 mm. This thickness has proven to be a good trade-off between spatial resolution and image contrast. Indeed, a decrease of the slice thickness improves the spatial resolution along the direction normal to the image plane but lowers the signal intensity.

Based on the slice thickness and the observable needle artifacts in the MR image with a width of up to 10 mm, the objective is to achieve an accuracy of 4 mm.

For dynamic research for the needle insertion point on the patient's skin, the image planes are required to follow the motions of a target over the patient's abdomen. The maximally achievable tracking speed is strongly correlated with the imaging frequency. However, in order to allow the physician to examine the entire width of the patient's abdomen (width assumed ∼ 300 mm) in about 5 seconds, a tracking speed of 60 mm/s is desirable.

Workflow for automatic image plane alignment in interventional MRI

An automatic workflow for image plane alignment of two real-time image planes to an MRI marker is described in this chapter. First, the principle of the developed workflow is presented.

Then, the architecture of the marker and its components is introduced. The MRI scanner, used scanner settings, the developed workflow and the image processing algorithms for marker detection are then presented. The remainder of the chapter describes the calculations for image plane alignment, the developed software architecture and the experimental evaluation of the workflow.

Principle of the workflow for image plane alignment

The clinical MR imaging sequence that is used during this work allows to acquire sequentially three MR image planes and to change interactively their positions and orientations. For percutaneous interventions, two of these image planes can be oriented orthogonally to each other in order to use them for monitoring of the needle advancement inside the patient's body. This set up allows to depict the needle path and the surrounding tissues in a "3D-like" manner.

The idea for the presented workflow was thus to make use of these orthogonal image planes for an automatic image-based tracking technique using an MRI marker.

As the planes are orthogonal to each other and sequentially acquired, it is possible to detect the MRI marker in one image plane and to align the following orthogonal image plane according to this detection. This alignment step can be repeated for every image plane, and it is thus possible to implement a tracking workflow aligning the image planes according to the motion of the MRI marker. No dedicated tracking acquisition is necessary, as the detection of the MRI marker is performed in two clinically used image planes. In order to avoid a manual initialization step where a user aligns one of the two image planes to the MRI marker, one dedicated image is acquired in the beginning for automatic initialization of the tracking. Hence, the objective of the presented tracking workflow is to automatically align two MR image planes, orthogonal to each other, to an MRI marker.

MRI marker

Two types of MRI markers were used for the presented workflow. In a first approach, an MRI marker, composed of two micro-coils and a passive marker was assembled. Through the progress of work the passive marker only, without the micro-coils was used for the presented workflow.

Micro-coils

Micro-coils are resonant RLC-circuits (resistor, inductor and capacitor) that couple inductively with the radio-frequency (RF) coils of the MRI scanner, when tuned to its Larmor frequency. Due to their resonance, they locally amplify the MR signal within their windings and allow to be detected easily in low flip angle images ( [START_REF] Burl | Tuned fiducial markers to identify body locations with minimal perturbation of tissue magnetization[END_REF]).

The micro-coils were built in a similar manner as in [RME + 09] and tuned to 63.68 MHz, which is the Larmor frequency of the 1.5 T MRI scanner used during this work. They were wound around Eppendorf plastic tubes (Figure 2.1a) as they have appropriate dimensions (diameter: 7.5 mm, length: 16 mm), and the possibility to fill them with a liquid as signal source. A total of six turns of 0.4 mm diameter enameled copper wire are wound around the plastic tube in order to obtain an inductance of around 300 nH (total coil length 4 mm). A variable capacitor with a range from 8 to 45 pF is then soldered in series to the inductance. The micro-coil is tuned to the Larmor frequency using a loop antenna for inductive coupling and a network analyzer. Tuning is performed through change of the capacitance of the circuit. The two fabricated micro-coils have similar quality factors of about 60. This allows to use them in dedicated low-flip angle acquisitions as the measured MRI signal is amplified within their windings. The plastic tubes are filled with a contrast agent/water solution (Gd-DTPA 5 mM) as signal source for the MRI acquisitions. Nevertheless, as the micro-coils couple inductively to the RF signals of the MRI scanner, the amplification of the MRI signal depends on their orientation with respect to the RF field.

Passive Marker and Assembled Test Device

The passive marker (Figure 2.1b) is a plastic tube (length: 90 mm, diameter: 35 mm) filled with the same contrast agent/water solution (Gd-DTPA 5 mM) as the micro-coils. The test device is made of two resonant micro-coils rigidly fixed at the endings of the passive marker (Figure 2.1c).

MRI scanner and scanner settings

All experiments during this work were performed in an open bore (short and wide) 1.5 T MRI scanner (MAGNETOM Aera, Siemens AG, Erlangen, Germany). The RF body coil was used in transmit/receive mode. An interactive, real-time, multi-slice TrueFISP sequence (Beat_IRTTT [PBS + 11], Siemens Corporate Research & Technology, USA) was used for image acquisition. The passive marker is used for detection in clinical real-time images. Imaging parameters of the clinical real-time sequence include: matrix 224×202, FOV 450 mm×450 mm, spatial resolution 2 mm×2 mm, slice thickness 4 mm, TE 2.2 ms, TR 5.3 ms, flip angle 50 • , bandwidth 260 Hz/Px, temporal resolution 812 ms. Image acquisition time is 812 ms but the image update time is lengthened artificially to 1.2 s in order to allow for image transmission and processing, scan plane calculation and sending of commands to the MRI before the next image acquisition starts. The two micro-coils are used for detection in dedicated low flip angle volume acquisitions with the same imaging parameters as the clinical real-time images except for their slice thickness (100 mm) and flip angle (1 • ). Due to the low flip angle, only little signal can be measured from anatomical structures. As a consequence, these volume acquisitions are not clinically usable by the physician and are only used for initial detection. In this work, these images are named "dedicated" in reference to the fact that their acquisition time is lost for the image-guidance of the procedure, and only useful for the automated image plane alignment workflow.

Image plane alignment workflow

The objective of the presented workflow is to automatically align two image planes, orthogonal to each other, to the main axis of the MRI marker described in section 2.2. The orientation of the two scan planes can either be transversal (oblique) or sagittal (oblique) as the marker is assumed to point towards the MRI table. A purely horizontal marker orientation (aligned to x-axis of MRI scanner) is thus excluded. The workflow consists in two stages: first an initialization stage where the initial position of the marker is detected in dedicated detection images and second a real-time tracking stage where the passive marker is detected in clinical real-time images.

During the initialization stage, the initial position of the marker inside the MRI scanner is detected. It allows thus for automatic initialization and reinitialization of the image plane alignment workflow. The initialization step can be performed in two different manners using either the marker described in section 2.2 consisting in a passive marker and micro-coils or the passive marker without the micro-coils. Note that the marker detection for both approaches is realized in acquisitions with a slice thickness of 100 mm. During these acquisitions the MRI signal in the image volume is measured and projected to the image plane. As a consequence a full 3D pose is not reconstructable. The marker position is thus assumed in the middle of the image volume and the main marker axis to be coplanar with the image plane. After the initial detection, image plane parameters of a simple oblique sagittal plane aligned to the marker main axis are calculated and sent to the MRI scanner.

Initialization with micro-coils

A dedicated low flip angle transversal volume image is acquired at the MRI scanner isocenter. As can be seen in Figure 2.2a, these acquisitions contain only little signal from anatomical structures due to their low flip angle. In contrast to this, the signal inside the windings of the micro-coils is locally amplified and very well detectable. The two micro-coils are detected and the position and orientation of the marker are calculated. 

Initialization with passive marker

First, a dedicated transversal volume image is acquired (Figure 2.2b) at the MRI scanner isocenter. Note that this volume image has a slice thickness of 100 mm and the same flip angle as the clinical real-time images. All anatomical structures of the patient are thus depicted. Nevertheless, due to the high slice thickness all measured signal is projected to the image plane and thus superposed. As a consequence, these volume acquisitions are not clinically usable, either. The passive marker is detected in the image and its position and orientation are calculated. Initialization without the micro-coils was investigated in order to simplify the marker design.

Real-time tracking

Clinically usable real-time image planes are used during the real-time tracking stage of the workflow. It starts typically with the acquisition of a simple oblique sagittal plane (Image 1 ) whose parameters have been sent to the MRI scanner at the end of the initialization stage. The passive marker is then detected in Image 1 , its 3D pose (Pose 1 ) is computed and the corresponding pose of a new simple oblique transversal image plane (Image 2 ) aligned with the marker is calculated. After acquisition of Image 2 , the current pose (Pose 2 ) of the passive marker is again detected in the image in order to update position and orientation of a new sagittal oblique image plane (Image 3 ). From then on, the acquisition alternates between two orthogonal image planes: a sagittal (odd image numbers) and a transversal plane (even image numbers). These two planes update mutually their position and orientation according to the passive marker detection (Figure 2. 

Re-initialization

In case of a non-detection of the marker in two consecutive image planes, the initialization step is repeated. The only difference with the original initialization step being that the projection volume is centered on the latest detected z-coordinate of the marker.

Marker detection and image segmentation

The marker has to be detected on several types of images, such as low flip angle volume images, volume images and clinical real-time images. Note that all images acquired throughout this work have a size of 224 × 224 pixels.

Detection in low flip angle volume images

Detection of the marker in dedicated low flip angle volume images is realized through detection of the two attached micro-coils. Detection of the micro-coils is very robust using the phase only cross-correlation (POCC) technique presented in [START_REF] Chen | Symmetric phase-only matched filtering of fourier-mellin transforms for image registration and recognition[END_REF] and [dORB + 08a].

The phase correlation can be seen as:

• a translation in the Fourier (or frequency) domain of the cross correlation between two images in the spatial (or temporal) domain; • a clever use of the Fourier Shift theorem, which states that a translation in the spatial domain induces a phase shift in the Fourier domain.

The detection of an object is achieved by a search of the translation (u 0 , v 0 ) that maximizes the similarity (cross-correlation) between the image i (u, v) and a template image of the object t (u, v). The translation (u 0 , v 0 ) is then the most likely location of the object in the image. Performing this search in the Fourier domain has computational cost benefits, if the images are large or readily available in the Fourier domain -as MR Images are. Indeed, the costly cross-correlation between two images becomes through a Fourier transform (DF T ) a simple entry-wise multiplication of their Fourier transforms : DF T (t * i ) = DF T (t ) * . DF T (i ).

If

T (k u , k v ) = DF T (t (u, v)) and I (k u , k v ) = DF T (i (u, v))
are then respectively the Discrete Fourier transforms of the template image and the image to process, the phase only correlation is defined by :

POCC (k u , k v ) = T (k u , k v ) * |T (k u , k v ) * | • I (k u , k v ) |I (k u , k v )| , (2.1)
with * , the complex conjugate operator.

The most likely position (u 0 , v 0 ) of the object is then assessed by searching the peak of intensity in the spatial normalized cross-correlation image pocc(u, v)

= DF T -1 ( POCC (k u , k v )) : (u 0 , v 0 ) = max u,v pocc(u, v) . (2.2)
This property is commonly justified and illustrated with the phase correlation of one template image of size M × N and one image i (u, v) that is an exact translation of the template image:

i (u, v) = t (u + u 0 , v + v 0 ) DF T ---→ I (k u , k v ) = T (k u , k v ) e i 2π( ku u 0 M + kv v 0 N ) (2.3) POCC (k u , k v ) = T (k u , k v ) * |T (k u , k v ) * | • I (k u , k v ) |I (k u , k v )| POCC (k u , k v ) = T (k u , k v ) * |T (k u , k v ) * | • T (k u , k v ) • e i 2π( ku u 0 M + kv v 0 N ) T (k u , k v ) • e i 2π( ku u 0 M + kv v 0 N ) = |T (k u , k v )| 2 |T (k u , k v )| 2 • e i 2π( ku u 0 M + kv v 0 N ) POCC (k u , k v ) = e i 2π( ku u 0 M + kv v 0 N )
.

(2.4)

The translation can then be retrieved from this phase image by computing its inverse Fourier transform that exhibits a unit impulse located at the translation value:

pocc(u, v) = DF T -1 (POCC (k u , k v )) = δ(u 0 , v 0 ) (2.5)
More complex approaches have been proposed to retrieve the translation directly from the phase image and thus avoid an inverse Fast Fourier transform [START_REF] Stone | A fast direct fourierbased algorithm for subpixel registration of images[END_REF]. Note that the image to proceed is rarely a simple translation of the template image but a complex scene with multiple objects. The image pocc(u, v) -close to a normalized cross-correlation imagehas then not only one peak at the object location but multiple peaks whose intensity is a measurement of similarity between the template and this image region.

Detection of the micro-coils is thus performed by detecting the two highest peaks in the signal distribution (see Figure 2.4b). The template image t (u, v) has the same pixel matrix size M × N than the MR image to process. It is a black background with a white square at the center. The size of the square corresponds to a previously determined mean size of the micro-coils in the images.

Depending on their individual quality factors, the two micro-coils produce different signal intensities. However, the local signal increase is such compared to other structures in the low-flip angle image that the detection algorithm is robust to this signal variation. Finally, in order to determine precisely the position of the micro-coils, a weighted mean is calculated on the original image around the position of the 2 detected peaks. The distance between the detected micro-coils is compared to their real distance on the marker in order to ensure correctness of the result. The detected micro-coils allow to determine position and orientation of the marker (see Figure 2.4c). 

Detection in volume images

The detection of the passive marker in the volume images (Figure 2.5a) can be divided in two parts: first the segmentation and deletion of the patient's body and second the segmentation of the passive marker.

For the segmentation of the patient's body, a histogram-based thresholding is performed on the image. The threshold is determined in the following manner: the maximum of the histogram is detected (pixel intensity with the highest pixel number). Then, the local minimum after the maximum is detected and defined as the threshold. Note that the pixel intensity "0" (black pixel) is not taken into account for threshold determination as it can appear very often in the image background and varies tremendously depending on the patient. Thus, not considering it, makes the threshold determination more robust against patient size and position on the image. After thresholding and application of a hole filling algorithm (Figure 2.5b), the biggest segmented object (patient's body) on the thresholded image is determined and the corresponding area is deleted from the original image (Figure 2.5c).

Then the segmentation of the passive marker is performed on the image without the patient's body. A thresholding operation using Otsu's method ([Ots79]) is applied. After thresholding, length and width of the segmented objects are determined. Then the difference between the found values and the real length and width of the marker is calculated for every segmented object. The object whose difference is the smallest is assumed to be the marker (Figure 2.5d).

The difference between the detected marker dimensions and its real dimensions must not exceed a fifth of the real marker size.

Currently, initialization using micro-coils is more robust against failing detections due to the higher signal contrast in the dedicated low-flip angle images. Initialization using the passive marker only is prone to detection errors due to small contrast between the marker and the hand holding it in the projection images. Small distances between passive marker and the patient's body can also cause problems for the proposed algorithm, as the marker and body could be segmented as one object during the first thresholding operation.

Nevertheless, the approach for initialization based on the passive marker gave promising results and will be further developed. A possible solution to the attachment of the marker to the body during thresholding could be the use of an active contour method with a shape constraint. The active contour could e.g. be constrained to keep a rather round shape without formation of corners. In this manner, the patient's body could be fitted without the marker lying within the contour.

A well known active contour approach is the snake algorithm ( [START_REF] Kass | Snakes: Active contour models[END_REF]). This algorithm uses an energy-minimizing spline that is driven by external constrained forces and influenced by image-forces. The image forces are obtained from salient image features such as edges, lines and contours and allow to push the snake towards these features. External constrained forces allow to put the snake in the proximity of a desired local minimum. They can thus be based on inputs from a user-interface or in high-level interpretations. Furthermore, internal forces of a snake allow to impose smoothness constraints of the contour. First tests have been carried out using the snake algorithm with 100 contour points and a maximum of 150 iterations (Figure 2.6). The parameters for the different forces of the algorithm have been obtained experimentally.

Detection in clinical real-time images

The passive marker is used for detection in the clinical real-time images. These images typically depict the marker held by a physician over the patient's body (Figure 2.8a). The detection algorithm has thus to be robust against potentially segmented anatomical structures of the patient or of the physician holding the marker. First step of the detection algorithm is the image segmentation. 

Image segmentation and labeling

Image segmentation starts with a Gaussian blurring step of the image in order to reduce image noise before the following thresholding operations. Thresholding is performed in two consecutive steps in order to avoid over-segmentation of the image and to facilitate the subsequent classification of the segmented objects. A first threshold is determined in order to separate image foreground and background. Foreground of the image consists in the patient's body, the marker and the anatomical structures of the person holding the marker (Figure 2.7a). This first threshold (T hr Low ) is established at the 0.65-quantile from the histogram of the image after Gaussian blurring. A second threshold (T hr Hi g h ) is determined at the 0.9-quantile of the same histogram (Figure 2.7b). Note that these histogram-based thresholds are also computed without considering pixel intensity "0", for the same reason as presented in section 2.5.2. The first threshold is applied on the Gaussian blurred image. Morphological operations are then performed: first, a hole filling algorithm is applied, followed by a morphological opening (erosion, then dilation). Hole filling allows to close potential gaps inside the segmented body parts (Figure 2.8b). The opening step is realized with a structuring element in the order of 1/10th of the image dimensions. This rather big structuring element allows to delete segmented marker parts from the image while preserving the kernel of the patient's body during the erosion step of the opening (Figure 2.8c). The following dilation allows to rebuild the approximate shape and size of the patient's body (Figure 2.8d). The obtained image contains thus a mask for the segmented patient's body. This mask is inverted and then multiplied with the Gaussian blurred image in order to delete the major part of the patient's body from the scene (Figure 2.8e).

After deletion of the patient's body, the second threshold (T hr Hi g h ) is applied on the obtained image (Figure 2.8f). As this threshold is a lot higher than the first one, the hand of the person holding the marker and the passive marker are separated. The segmented objects are then labeled. A morphological opening (erosion, then dilation) step is then applied (c,d). The resulting image is inverted and multiplied with the blurred original image in order to mask out the principal body parts (e). A higher threshold (T hr Hi g h ) is then applied on this image in order to separate the marker clearly from the hand holding it.

Marker detection and image segmentation

Image classification

After labeling, the geometrical properties of the objects, such as position, intensity weighted position and mean intensity are determined. Further geometrical properties are determined using an ellipse fitting algorithm calculating orientation, axes length and eccentricity of the ellipses fitted to the segmented objects. The classification of the objects is then achieved with a score system that is based on the previously determined geometrical features. According to the score, the objects are classified as marker (only one is expected) or non-marker objects. A score composed of sub-scores for size (A), intensity (B ) and eccentricity (C ) is calculated for every segmented object i .

The size score is defined by

A(i ) =        Si ze(i ) t ypSi ze if Si ze(i ) t ypSi ze ≤ 1 1 - 1 -Si ze(i ) t ypSi ze if 1 < Si ze(i ) t ypSi ze ≤ 1.8 0 if Si ze(i ) t ypSi ze > 1.8 (2.6)
where Si ze(i ) is the size of the object in number of pixels and t ypSi ze the expected size of the marker. As the size of the marker in the images depends on the intersection of the image plane with the marker, its typical size in the images is determined experimentally in an optimally marker-aligned image plane. The size score allows to calculate a maximal score for those objects that have the same size as t ypSi ze. If they are smaller or bigger their score diminishes. The size score is not directly set to zero when the object is bigger than t ypSi ze, as parts of the hand holding the marker or the micro-coils could be segmented with the object containing the marker.

The intensity score is the result of the division between the summed intensity of pixels (Int(i )) inside a segmented object and its size in the image:

B (i ) = Int(i ) Si ze(i ) . (2.7)
Thus this score is independent of the object size and represents the mean intensity of the object. Note that after all intensity scores have been computed with the equation here above, they are normalized to the interval [0; 1] through division with the maximal intensity score of all segmented objects. As a consequence the marker, which is normally the object with the biggest intensity-size-ratio in the image obtains the biggest intensity score. This score can be prone to errors, when a part of the hand/arm holding the marker is segmented as an object, as fat tissue is very intense in the used MRI sequence.

Each segmented object is fitted by an ellipse. The used ellipse fitting algorithm ( [START_REF] Padfield | A label geometry image filter for multiple object measurement[END_REF]) is based on the calculation of raw image moments. A raw image moment (M pq ) is a weighted average of the image pixel intensities (I (u, v)) that allows to describe image objects after segmentation:

M pq = u v u p v q I (u, v) . (2.8)
Typical geometrical properties that can directly be determined from raw moments are the sum of intensity values (M 00 ) and the centroid coordinates (u = M 10 /M 00 , v = M 01 /M 00 ) of an object. In case of a binary image, M 00 indicates thus directly the object size in pixels.

For ellipse fitting, the raw image moments are used for calculation of central moments (µ pq ), which describe the distribution of the pixel intensities of an object in a translation-invariant manner:

µ pq = u v (u -u) p (v -v) q I (u, v) . (2.9)
This distribution is then approximated with an ellipse whose covariance matrix can be computed using the central moments:

cov [I (u, v)] =   µ 20 µ 00 µ 11 µ 00 µ 11 µ 00 µ 02 µ 00   .
(2.10) Geometrical features of the ellipse (and thus of the object) can then be obtained from the eigenvectors (direction of ellipse axes) and eigenvalues (length of the axes) of the covariance matrix.

The eccentricity score is then calculated based on the object-fitted ellipse:

C (i ) = 1 - Mi n Ax(i ) 2 M a j Ax(i ) 2 , ( 2.11) 
where Mi n Ax(i ) and M a j Ax(i ) represent the length of the minor axis and major axis of the ellipse, respectively. This score is maximal if the object is elongated and zero when the segmented object has a circular shape.

The global score is obtained by building the weighted sum of the previously calculated scores:

S(i ) = 0.6 • A(i ) + 0.3 • B (i ) + 0.6 • C (i ).
(2.12)

These weights have been determined experimentally. Note that the size score and eccentricity score are weighted with factor 2 compared to the intensity score. This is mainly due to potentially segmented body, arm or hand parts whose fat tissues can obtain big intensity scores due to their brightness with respect to other segmented objects in the image. Moreover, the marker can be subject to artifacts that influence heavily on its intensity (Figure 2.9a).

According to its global score, an object is classified as 'marker' if its score is above a defined threshold. If more than one object is classified as 'marker', only the highest score is retained as marker.

The presented image segmentation and classification methods have been tested for typical scenes with a patient's body and a marker held in hand. The algorithms have been verified with only four volunteers and have thus still to be tested on a larger sample. A marker with and without micro-coils has been used during tests. Due to their brightness in the clinical real-time images, the micro-coils are sometimes segmented as part of the marker, when they are not distant enough from the passive marker (Figure 2.9b). Since the micro-coils are symmetrically positioned at both endings of the marker, and since we ultimately aim at using the workflow without micro-coils, this work did not focus on separating the micro-coils from the passive marker during thresholding in the clinical real-time images.

(a) (b)

Figure 2.9: Challenges of marker segmentation and detection. The passive marker can be subject to artifacts influencing its intensity (a). Moreover, when micro-coils are not distant enough from the passive marker, they can be segmented as one object (b).

In addition, depending on the orientation of the hand/arm holding the marker more or less of these structures are depicted in the image and the algorithm can fail and detect these body parts as the marker. A perspective to solve this issue is the use of a shape-based detection of the marker in the images. Thus, an active contour method using a shape-prior could be used in order to segment the rectangular or elliptical form of the marker in the image. Initial tests of marker shape approximation with a superellipse ([RW95]) have been carried out but are not conclusive at this stage. The advantage of a superellipse parametrization of the contour is its ability to form different shapes such as rectangles, ellipses, diamonds or transitional shapes in between. Mainly the transition between a rectangle and an ellipse is interesting for approximation of the marker shape. Real-time ability of such an approach has to be evaluated.

Another challenge is the insufficient masking of the patient's body inside the images, which results in elongated and bright body parts that stay in the scene after segmentation and are subsequently evaluated through the classification algorithm. A possible solution to this problem is the segmentation of the patient's body with an active contour method as presented in section 2.5.2. The approximation of the patient's body in an initial image plane with a parameterized 3D shape would allow to project this shape on an arbitrarily oriented image plane in order to delete the body in every subsequent image plane.

Calculations for image plane alignment

In order to define the new position and orientation of an MR image plane, the used Siemens interface requires the following parameters:

• the 3D position of the new image center,

• the rotation between a pure transversal plane and the new image plane (in axis/angle representation).

They must be sent to the MRI console PC in order to align an image plane to a marker pose (position and orientation). As the presented workflow assumes no motion of the marker between two consecutive image planes, the detected 3D pose of the marker in the current image defines the 3D pose of the next image plane. Thus, the following calculation steps have to be performed in order to align the next image plane to the currently detected 3D marker pose:

• conversion of the 2D position of the marker (in image frame) to its 3D position (in MRI frame), • calculation of the marker-aligned image plane orientation, • determination of the rotation between a pure transversal image plane and the markeraligned image plane.

The results of image plane position and orientation computation can then be sent to the Siemens interface for image plane alignment.

Computation of the new image plane position

In order to represent a point from an MR image in 3D, three coordinate systems are defined (Figure 2.10). The first coordinate system is two-dimensional and is linked to the upper left corner of the image (F C : u, v ). The second is three-dimensional and is also linked to the MR image (F I : r ow, col , nor ) but has its origin in the center of the image. The frame of reference is three-dimensional, linked to the MRI scanner (F M : x, y, z) and has its origin in the isocenter of the MRI. F C is used for clarity, as most image processing libraries define the image origin in an image corner instead of its center. See Appendix A for further illustrations and details about the used coordinate systems. The transformation between a point in the MR image C P = [u, v] T (in pixels) and its 3D correspondence M P = [x, y, z] T (in mm) is given by the following equation in homogenous coordinates

      x y z 1       = M M I • I M C • S •    u v 1    (2.13)
where: • M M I is the homogenous matrix describing rotation ( M R I ) and translation ( M t I ) between the image frame F I and the MRI frame

F M M M I = M R I M t I 0 1 =       r ow x col x nor x t x r ow y col y nor y t y r ow z col z nor z t z 0 0 0 1       , ( 2.14) 
• I M C is the homogenous matrix describing translation ( I t C ) between the image frames

F C and F I I M C = I 3,3 I t C 0 1 =       1 0 0 -t u 0 1 0 -t v 0 0 1 0 0 0 0 1       , ( 2.15) 
• and S is the matrix describing the pixel size of the image

S =       P xSi ze u 0 0 0 P xSi ze v 0 0 0 0 0 0 1       . (2.16)
The parameters for the construction of matrices M M I and S are given by the information header that is attached to every MRI image. The parameters P xSi ze u and P xSi ze v describe the size of the pixels in horizontal and vertical direction respectively and are given in mm/pi xel . The translation between the two image frames, given by t u and t v , is constant and corresponds to the half of image width and image height (in mm) respectively.

For simple scan plane positioning, the next image plane position is defined at the current 3D marker position M P = [x, y, z] T . As a consequence, the next image plane will depict the marker at its center, resulting in one image half that is empty (typically above the patient) and potentially the patient's body not entirely depicted in the image.

In order to avoid empty image space a first plane positioning strategy has been implemented: first the line corresponding to the marker orientation on the image plane is computed. Then the line normal to the first one and intersecting with the center of the image plane is computed.

Their intersection coordinates on the image plane are calculated and defined as the point where the next image plane will be centered (Figures 2.11a and 2.11b). Nevertheless, this method has two flaws: first, when the marker is held near to the image plane center, the position of the next image plane will be defined very near to the center (Figure 2.11c). The second is that the distance between the detected marker position (red points in Figure 2.11) and the new image plane position (blue points) depends on the orientation of the marker on the image plane.

In order to stabilize the distance between the image plane center and the marker, another approach is possible: after computation of the line corresponding to the marker orientation on the image plane, a point on the same line at a pre-defined distance l from the marker position can be calculated and defined as the next image plane position (Figure 2.11d). In this manner the distance between the image plane center and the marker depends only on the marker motion. Depiction of the marker in the upper image half and stabilization of the distance between marker and the image plane center is of great interest for the workflow as the field of view of the acquired image planes could eventually be reduced to a minimum, depicting only patient's body and the marker. This field of view reduction would result in a reduction of the acquisition time by reducing the acquisition matrix, or in a higher image resolution by keeping the same acquisition matrix.

The first image plane positioning strategy has chosen in the beginning of this work. The second strategy has been developed subsequently and has not been tested yet.

Computation of the image plane orientation

In order to align the used image planes to a detected marker orientation, the planes are rotated around one of the principal axes of the frame linked to the MRI scanner. See Appendix A for further details about plane conventions and used coordinate systems.

As the marker is assumed to point towards the MRI table, a purely horizontal marker orientation (aligned to x0z-plane of MRI scanner) is excluded and only two cases have to be distinguished for the calculation of the orientation of the next image plane. When the current image plane is a sagittal oblique image plane, the next image plane is a transversal oblique image plane and vice versa. According to which of the two cases is dealt with, the orientation computation is slightly different.

The orientation of the new image plane is first defined by computing its orientation vectors r ow, col and nor . Then the rotation matrix between a pure transversal image plane and the desired image plane is calculated with Roll, Pitch, Yaw angles. Finally, the matrix representation is converted in the axis/angle representation in order to be sent to the Siemens interface.

MR image plane conventions

The two image plane orientations used during the following computations are transversal oblique and sagittal oblique image planes (Figure 2.12). A simple oblique transversal image plane is rotated around the x-axis of the MRI scanner by an angle β. Correspondingly, a simple oblique sagittal image plane is rotated around the z-axis of the MRI scanner by an angle α.

Their special cases with β = 0 and α = 0 are referred to as pure transversal and pure sagittal image planes, respectively.

Computation of the orientation of a transversal oblique image plane

When the current image plane is sagittal oblique, the next one is a transversal oblique image plane. Thus, the orientation of the marker is detected in the current sagittal oblique image plane and the orientation of the next transversal oblique image plane is then computed accordingly.

As the orientation of a transversal oblique image plane is defined by the orientation vectors

r ow =    1 0 0    col =    0 cos(β) si n(β)    nor = r ow × col =    0 -si n(β) cos(β)    ,
(2.17 

M m = M R I I m (2.18) =    -sin(α) 0 -cos(α) cos(α) 0 -sin(α) 0 -1 0       cos(γ) si n(γ) 0    M m =    -cos(γ) si n(α) cos(γ) cos(α) -si nγ    ,
where I m is the marker axis represented in the image frame F I and M R I is the rotation matrix between the image frame and the MRI scanner frame F M . Accordingly, the orthogonal projection to the y0z plane is obtained with

M m =    0 cos(γ) cos(α) -si nγ    . (2.19)
Concerning the signs of the components of M m, note that angle γ is defined between the horizontal image axis and the marker axis in the image plane and rotates around the normal vector of the sagittal oblique image plane. The angle β is then given by the angle between the y-axis and vector M m . The cos and si n of this angle can be calculated based on the dot and cross products of vectors y and M m . The dot product allows to calculate cos(β) with

cos(β) = y M m y M m = cos(γ) cos(α) cos(γ) cos(α) 2 + si n(γ) 2 .
(2.20)

The cross product of both vectors gives a vector that is collinear with the x-axis. In order to obtain si n(β) directly, we project thus the cross product onto the x-axis:

si n(β) = y × M m y M m x = -si n(γ) cos(γ) cos(α) 2 + si n(γ) 2 . (2.21)
Hence, the orientation angle of the next transversal image plane is then obtained with

β = at an si n(β) cos(β) = at an -si n(γ) cos(γ) cos(α) . (2.22)
The transformation of a pure transversal image plane to an oblique transversal plane is then obtained by performing a simple rotation around the x-axis by angle β:

R = R (x,β) =    1 0 0 0 cos(β) -sin(β) 0 sin(β) cos(β)    .
(2.23)

Calculations for orientation of a sagittal oblique image plane

When the current image plane is transversal oblique, the next image plane is a sagittal oblique image plane. Thus, the orientation of the marker is detected in the current transversal oblique image plane and the orientation of the next sagittal oblique image plane is then computed accordingly.

As the orientation of a sagittal oblique image plane is defined by the orientation vectors

r ow =    -si n(α) cos(α) 0    col =    0 0 -1    nor = r ow × col =    -cos(α) -si n(α) 0    , (2.24)
the rotation angle α has to be determined in order to define the plane orientation. The angle α is defined between the y-axis of the MRI and M m , with M m being the orthogonal projection of the marker-axis M m on the plane x0y (Figure 2.14). The marker axis vector is defined by the marker orientation in the image (γ) and by the orientation of the transversal image plane (β). Vector M m is thus obtained as

M m = M R I I m (2.25) =    1 0 0 0 cos(β) -sin(β) 0 sin(β) cos(β)       -si n(γ) cos(γ) 0    M m =    -si n(γ) cos(β) cos(γ) si n(β) cos(γ)    ,
where I m is the marker axis represented in the image frame F I and M R I is the rotation matrix between the image frame and the MRI scanner frame F M . Accordingly, the orthogonal projection to the x0y plane is obtained with

M m =    -si n(γ) cos(β) cos(γ) 0    . (2.26)
Concerning the signs of the components of M m, note that angle γ is defined between the vertical image axis and the marker axis in the image plane and rotates around the normal vector of the transversal oblique image plane.

The angle α is then given by the angle between the y-axis and vector M m . As previously, the cos and si n of this angle can be calculated based on the dot and cross products of vectors y and M m . The dot product allows to calculate cos(α) with

cos(α) = y M m y M m = cos(γ) cos(β) cos(γ) cos(β) 2 + si n(γ) 2 .
(2.27)

The cross product of both vectors gives a vector that is collinear with the z-axis. In order to obtain si n(α) directly, we project thus the cross product onto the z-axis:

si n(α) = y × M m y M m z = si n(γ) cos(γ) cos(β) 2 + si n(γ) 2 .
(2.28)

Hence, the orientation angle of the next transversal image plane is then obtained with

α = at an si n(α) cos(α) = at an si n(γ) cos(γ) cos(β) . (2.29)
The transformation of a pure transversal image plane to a sagittal oblique plane is then obtained by performing a rotation around the x-axis by - 

π 2 R (x,-π 2 ) =    1 0 0 0 0 1 0 -1 0    , ( 2 
R (z, π 2 ) =    0 -1 0 1 0 0 0 0 1    (2.31)
and a final rotation around the z-axis by angle α

R (z,α) =    cos(α) -sin(α) 0 sin(α) cos(α) 0 0 0 1    .
(2.32)

Note that two consecutive rotations around the z-axis are applied for clarity. The rotation from a pure transversal image plane to a sagittal oblique plane is thus given by

R = R (x,-π 2 ) R (z, π 2 ) R (z,α) =    -sin(α) 0 -cos(α) cos(α) 0 -sin(α) 0 -1 0    .
(2.33)

The final rotation matrix R is converted to the axis/angle representation in order to be sent to the Siemens interface. 

System architecture

Simulations and Experiments

Tracking performance of the presented workflow is evaluated with the simulation program described in section 2.8.1 and the experiments presented in section 2.8.2.

MRI simulator

In order to evaluate the accuracy of the image plane alignment through well known and reproducible motions, a simulation program has been implemented. This program simulates motion of a cylindrical marker in 3D space. In order to simulate the function of the MRI scanner, it calculates the intersection of the currently simulated marker pose with alternately a sagittal oblique or transversal oblique image plane. A computer-generated MR image is created with black pixels as background and white pixels where the image plane intersects with the marker. The orientation of the image planes are controlled by the tracking software presented in section 2.7 with the same protocol as is used for command of the MRI console PC (Figure 2.16). The simulation program sends the images at the same image frequency to the tracking software as the MRI scanner, delayed only by a short time for simulation of the transmission time of the images. Only the image segmentation algorithm of the tracking software has to be adapted in order to detect the marker correctly in the simulated MR images. These changes are necessary as the computer-generated images do not contain the patient's body. The simulator creates images of the marker over a bottle phantom. The advantage of this simulation program is that it allows to simulate the performance of the tracking workflow with reproducible motions and speeds on one PC and with no need for the MRI scanner. One simulated motion was used throughout this work. Its motion range and speed were chosen in typical free-hand displacement. Marker velocity was fixed at 9 mm/s, while rotational speed was 2 • /s. First the marker moves along the xz-diagonal in the MRI coordinates for 10s, with a continuous rotation motion along α. Then the motion takes place along the y-axis alone, with a rotation along β, for 6.67s (to ensure the same displacement of 6 cm along the y-axis, similar to the previous displacement along the x y-diagonal, that caused a displacement of 6 cm along x and z). The diagonal xz motion was chosen as it is the worst case scenario for the tracking workflow. A maximum of pose components are rendered unavailable on both orthogonal image planes, through motion perpendicular to the individual image planes.

Experimental testbed

Further experiments were performed using an MRI compatible testbed inside the MRI scanner to assess the tracking effectiveness and accuracy. The testbed provides a ground-truth that can be compared to the measurements from the tracking workflow. This MRI compatible bidirectional translation mechanism allows to manually move a clamp on which the passive marker can be mounted. The position of the clamp is measured along the axis of translation using an optical position sensor with a resolution of 0.5 µm (Figure 2.17). The passive marker can be moved over a distance of 500 mm. Sending of measurement data from the optical sensor to an external PC inside the MRI control room is realized via a programmable logic controller connected through a fiber optic cable. The programmable logic controller is put within a Faraday cage inside the MRI room in order to shield MR image acquisition from electromagnetic noise. In order to acquire nearly synchronous position measurements, a synchronization signal has been implemented in the used MRI sequence. The signal consists in a 2 ms pulse at the beginning of each MR image acquisition. In this manner, the high measurement acquisition rate of the optical sensor (1 KHz) can be synchronized with the slower MR image acquisition rate (∼0.8 Hz). The translation measurement at half of the image acquisition time after the synchronization signal is compared to the corresponding marker detection of the workflow. This allows to obtain a better temporal matching between the measurements. The synchronization signal is output on a trigger output port in the technical room of the MRI. It is then sent to the programmable logic controller via a fiber optic cable and an fMRI Trigger Converter. A recapitulatory connection scheme of the experimental setup is presented in Figure 2.18. 

Results

In order to use the testbed measurements as ground-truth for the marker positions during the experiments, a calibration step is required between the optical measurement of the marker holder and the corresponding holder position in the MRI frame. As only a unidimensional translation is performed, the 3D line equation of the translation parametrized with the value of the optical sensor has to be computed in the MRI frame. For this purpose, the marker is mounted on the testbed clamp and its position is measured accurately in the MR images at different positions on the testbed. Then, a linear regression is computed on the detected marker positions in the MRI frame. From then on, the marker position can be determined in the MRI frame based on the translation measured with the optical sensor.

The testbed is positioned inside the MRI tunnel so that the marker performs a diagonal motion between the x-, y-and z-axis in the MRI frame (Figure 2.17b). All presented experiments have been performed on a single experimental run, hence ensuring identical testbed position. Two motion types were manually performed. First, the operator translated the marker trying to keep the velocity constant. That motion was repeated with increasing speed to try to reach the maximum speed. During motion, the operator looked at the in-room display screen in order to verify that the marker remained visible in the real-time MR images. Second, the operator moved the marker back and forth (oscillatory motion), with increasing speed for each cycle.

Results

Simulations and experiments as presented in section 2.8 have been carried out in order to evaluate tracking performance in terms of accuracy and speed. The workflow to evaluate performs marker detection on sagittal oblique and on transversal oblique image planes, that are acquired alternately. Hence, the marker is detected on one plane and the next image plane is then automatically aligned to the detected marker pose.

The MR imaging frequency is set to 0.83 Hz throughout this work, due to the artificial lengthening of the MR image update time (see section 2.9.1). This lengthening is necessary as the workflow algorithms have to be performed on an external PC and the resulting command for image plane alignment has to be sent to the MRI console PC before acquisition of the next image plane.

First, a timing analysis of the real-time image plane alignment is performed and the robustness of the image processing algorithm for marker detection in clinical real-time images is evaluated. Then, the results for evaluation of the maximal tracking speed of the workflow are presented. Finally, the tracking accuracy of the workflow is assessed. Tracking accuracy is evaluated through comparison of the simulated or real pose and the detected 3D marker pose. The 3D marker pose consists in the position (x, y,z) of its center and the orientation of the marker main axis (α, β).

Timing analysis of real-time image plane alignment

In order to perform the image plane alignment of consecutive image planes in real-time, the processing times on the MRI scanner, MRI console PC and the external PC, as well as the communication times between the PCs have to be analyzed: 

Robustness assessment of automatic real-time marker detection

The robustness of the image processing algorithm for automatic marker detection in clinical real-time images, presented in section 2.5.3, is evaluated with experimental image data. During experiments, the tracking workflow was performed with a person holding the marker in hand and moving it over the body of two volunteers.

For evaluation of the image processing algorithm, 208 images depicting the volunteer's body and the marker were used. The depicted marker area is required to be bigger than 40% of the marker intersection area in an optimally aligned image plane in order to be considered for the evaluation of image processing. This size criteria allows to avoid the evaluation of the marker detection algorithm on badly aligned images, i.e. when the tracking is not effective and the marker is hardly visible in the images.

First, the automatic detection algorithm is applied to the images. During a post-processing step, the marker detection is then performed manually within the same images. For manual segmentation, a polygon consisting in four points is used in order to define the marker shape. The result of the automatic detection is then evaluated with respect to the manual segmentation. The automatically detected marker position is considered correct, if it lies within the boundaries of the manually segmented marker area.

The success rate of the automatic marker detection is 96.15%, in images where at least 40% of the marker is visible, which corresponds to a successful detection in 200 of 208 images (Table 2.2). In five images (2.4%), the automatic marker detection algorithm could not detect the marker. In three images (1.4%), the marker was detected at wrong positions within the bodies of the volunteers. 

Correct detection

Results

Failed detections are mainly due to a failing deletion of the patient's body from the image.

If the threshold T hr Low is chosen too low, the mask for deletion of the patient's body is too big and may contain parts of the marker. As a consequence the marker is deleted with the patient's body and the detection fails. Note that, the false positives were detected on images where the marker signal was not very bright or affected by motion artifacts and where its size was just above the lower limit.

In general, it can be concluded that the algorithm can be greatly improved with a better and more appropriate segmentation of the patient's body.

Evaluation of the maximal tracking speed

The maximal tracking speed of the workflow was determined with both, simulations and the experimental testbed.

Simulations

Before determining the maximal tracking speed through simulations, a theoretical value based on the marker and image plane geometry is calculated. In order to theoretically determine the maximal trackable motion speed, this calculation does not account for motion artifacts due to fast marker motion in the created MR images, or command delays due to transmission times between PCs. The maximal trackable motion speed depends on several factors, such as • the marker motion considered with respect to the image planes.

In order to evaluate the theoretical value, a motion at an angle of 45 • between a transversal (Figure 2.20a) and the following sagittal image plane (Figure 2.20b) is considered, which is the worst case scenario for the presented workflow. As previously described, the sagittal plane is aligned to the position of the marker detected in the transversal image plane. In a simplified manner, it is assumed that the marker position cannot be determined on the sagittal image plane when the marker is not intersecting the plane. The marker diameter is 35 mm but the MR-measurable section of the liquid inside is 33 mm (marker wall = 1 mm). The slice thickness of the clinical sequence is 4 mm and the acquisition time is 812 ms. The experimentally determined delay for transmission times (t Tr 1 , t Tr 2 ) and image processing and plane calculation time (t Pr oc ) is 388 ms (see section 2.9.1), which results in an image update rate of 1200 ms. The maximal theoretical tracking speed is thus 21.8 mm/s. Note that this theoretical value is calculated for a worst case scenario, i.e. a 45 • motion between sagittal and transversal image plane.

The marker motion described here above was then simulated and tracked in order to determine the maximal tracking speed through simulation. The maximal tracking speed was determined by performing simulations at different marker speeds until finding the maximum speed value for which the marker can be tracked. The simulations were carried out with an image update rate of 1200 ms. The found maximal tracking speed is 19.5 mm/s which is slightly lower than the calculated value.

In order to evaluate the tracking performance regardless of current hardware, software and MR imaging constraints, a hypothetical scenario with a a higher image update rate was simulated. This scenario is based on an image update time of 500 ms including communication and image processing times, allowing to evaluate the tracking performance of this approach at an imaging frequency of 2 Hz. The maximal tracking speed is then determined in the same manner as before, with a diagonal motion between transversal and sagittal image planes. A maximal tracking speed of 48.5 mm/s was found for the hypothetical scenario. This value, which is more than twice higher than for the previous simulations (image update time of 1200 ms), can be explained with the higher imaging frequency of 2 Hz. As the tracked motion is sampled more often, higher motion 2.9. Results speeds can be followed. Such high image update frequencies are expected through optimization of the used MR imaging sequence (fast parallel imaging, compressed sensing or non-cartesian acquisition schemes), implementation of the workflow on a single scanner PC (no communication times between external and MRI scanner PC) and optimization of the image processing algorithms (reduction of computation times).

Experiments

An experiment for determination of the maximal tracking speed was carried out. For this purpose an oscillatory motion with increasing speed is manually performed on the testbed, in order to determine the speed at which the marker cannot be tracked anymore. The translation curve of the testbed is depicted in Figure 2.21. The determined translation speed on the last edge before the marker cannot be detected anymore is assumed to be the maximal tracking speed. The obtained value for the presented workflow is 8.81 mm/s, which is smaller than the value found during simulations. The difference can be explained with the fact that the simulator creates computer-generated images, where the signal intensity of the marker is independent of the intersection volume between image plane and marker. In real MR images, the signal intensity varies though and depends on the intersection between marker and plane. As a consequence, the detection in the computer-generated images works even for small intersections of marker and image plane which is not the case for real MR images. In addition, no motion artifacts are simulated within the computer-generated images. Hence, image quality is not degraded with motion in the simulations. The last edge of the motion before the tracking is interrupted is used for maximal speed computation, which is here 8.81 mm/s.

Nevertheless, the determined maximal tracking speed is approximative as the real maximal speed is difficult to determine experimentally without the possibility of performing a motion at a repeatable and well known speed.

Accuracy assessment

As for the evaluation of the maximal tracking speed, the tracking accuracy of the workflow was also determined with both, simulations and the experimental testbed.

Simulations

Scan plane alignment accuracy was evaluated with a simulated motion of the marker of 9 mm/s of translational and 2 • /s of rotational speed according to the experimentally determined maximal tracking speed (Figure 2.22).

The root mean square error (rmse) between the simulated marker pose and the detected marker pose is presented in Figure 2.22f. The overall rmse of position detection is 5.54 mm. The corresponding graphs of the detected motion with respect to the simulated motion show a step pattern during tracking. This step pattern can be explained through the fact that it is not possible to measure a 3D position in the image plane with the cylindrical geometry of the marker. This is due to the intersection of the marker and the image plane, providing no information about the marker position in the direction of the image normal. Hence, the marker is detected in the image plane and the unavailable position information is completed with the corresponding information from the image plane in order to form a 3D position measurement. As the image plane is aligned to the previously detected marker position, a part of the marker pose stays equal with respect to the previous image plane. An example for a tracking of a diagonal motion between the x-and z-axis with pure sagittal and transversal image planes is presented in Figure 2.23.

Furthermore, it is also not possible to detect a change of marker orientation for the orientation component whose rotation axis is collinear to the rotation axis of the image plane. As a consequence the angle α of the marker pose cannot be updated with a sagittal image plane and accordingly the angle β cannot be updated with a transversal image plane.

As the image planes in the presented motion in Figure 2.22 are only slightly inclined, the xand α-components cannot be updated with a sagittal image plane. Accordingly the z-and β-components cannot be updated with a transversal image plane. The y-coordinate can be updated on both sagittal and transversal image planes and is thus not affected by the step pattern.

The scan plane alignment accuracy was also evaluated using the hypothetical high image update frequency (2 Hz) scenario presented in section 2.9.3. In order to compare these results with the previously performed simulation, the same motion type with a translational speed of 9 mm/s and a rotational speed of 2 

Results

the previously performed simulations (Table 2.22f), the results in terms of accuracy are better due to the higher imaging frequency.

During the previous simulations, the y-component could be updated on both sagittal and transversal image planes due to their small inclination. This corresponds to a duplication of the update frequency for this component compared to the others that could only be updated on one of both image planes. For this reason, the improvement of the tracking error in the hypothetical scenario is less significant for the y-component than for the other pose components.

rmse 

Experiments

Experimental accuracy evaluation was performed through comparison of the value of the ground truth of the testbed and the detected marker pose from the presented workflow. Such a motion is presented in Figure 2.24 for the different position components of the marker pose. Note that the orientation components are not compared during experimental evaluation as they are constant over time.

The measured mean speed of the translation is determined on the translation curve of the testbed and is approximately 8.81 mm/s. The observed step pattern during simulations is also observable for the experimentally determined x-and z-components. The noise on the y-component can be explained through its update on every image plane and the image noise resulting in detection differences of 1 or 2 pixels between the two image plane types. According to the pixel size of the image planes (2 mm), these detection differences quantify as a position error between 2 to 4 mm. The two outliers of the y-coordinate are due to image artifacts which separated the marker in two objects during segmentation and which shifted thus the detected position value. The overall rmse of this motion is 7.38 mm which can also be computed separately for every position component: the rmse is 1.72 mm, 3.98 mm and 5.97 for the x-, yand z-coordinates, respectively. The higher value for the y-coordinate is due to the two outlier values of marker detection. The high value for the z-coordinate can be explained with the translation direction that is primarily along the z-axis of the MRI scanner. The motion speed as well as the measured alignment errors along this component are thus higher than for the other two position components. The motion carried out during the experiment and during the simulation have approximately the same translation speed. The overall rmse for the position component obtained from simulation is slightly better than the experimentally determined rmse. This can be explained with image noise, inconstant marker speed and the two outlier detections during experimental evaluation. The value found during simulation is better, as no image noise or artifacts are simulated and the marker pose components are thus not affected by detection noise. The marker also moves at a constant speed over time during simulations which facilitates its tracking.

Conclusion

In this chapter, a workflow for MR image plane alignment based on detection and tracking in real-time clinical MR images, without any active tracking device, is presented. A marker, an image-based tracking algorithm, a software interface and a simulation program have been developed. The proposed workflow was designed to minimize dedicated acquisition time. In the ideal case, only one dedicated, non-clinically relevant (low flip angle) volume image is acquired for initialization. Initial scan plane alignment can be performed automatically with either resonant micro-coils in combination with a low flip-angle volume acquisition or with a passive marker in combination with a volume acquisition, hence no manual user initialization step is required. Tracking is then performed directly in the clinical real-time images through detection of the passive marker. The proposed workflow has been included in an existing clinical MRI sequence. Alternating acquisition of transversal and sagittal scan planes allow for a good spatial depiction of the anatomy, necessary for medical procedure.

The developed automatic marker detection algorithm was evaluated with experimental images of two volunteers in which at least 40% of the marker is visible and has achieved a success rate of 96.15%. The failed detections can be explained by an inappropriate patient body segmentation during which parts of the marker are deleted. Hence, the algorithm could be greatly improved with a more efficient segmentation of the patient's body.

Tracking simulations were carried out and revealed an overall rmse of ∼ 5 mm for position tracking of the marker and a maximal tracking speed of ∼ 19 mm/s. For experimental validation, an MR compatible testbed was used. The tracking accuracy and maximal tracking speed obtained during simulations are better than the experimental values, respectively 7.4 mm and 8.8 mm/s. This can be explained through absence of image noise, image artifacts and transmission times between PCs during simulations. In order to determine the maximal tracking speed experimentally, the possibility to perform a well known repeatable motion would be of great benefit. Initial tests with an MR compatible pneumatic stepper motor have been carried out and will be performed for determination of the maximal tracking speed. For that purpose, the identification and the command of the system are under process. Furthermore, tracking simulations in a hypothetical scenario assuming a higher MR image update rate of 500 ms were carried out. A maximal tracking speed of 48.5 mm/s and an overall rmse of 3 mm have been found, highlighting the interest of an optimization of the imaging frequency for this tracking approach.

The proposed workflow allows to use the marker above the patient's body as an interventional imaging probe and can thus be used for the search of the needle insertion point on the patient. The obtained results have also revealed a flaw of the presented tracking method which is the non-availability of certain pose components on the image planes and the resulting step pattern during tracking. These incomplete pose measurements deteriorate the rmse and decrease thus the tracking accuracy of the workflow. Overcoming this effect would be of great benefit for the tracking accuracy. A solution is presented in the following chapter, where a Kalman filter is used for image plane alignment.

Kalman Filtering for automatic image plane alignment in interventional MRI

The previously presented workflow for MR image plane alignment is based on tracking in two orthogonal real-time MR images. As pointed out in section 2.10, the main limitation of such an approach is the inability to detect position changes perpendicular to the acquired image plane. Indeed due to the desired compact and simple geometry of the marker, the shape of its cross-section with the image plane does not provide reliable information on its position in the direction perpendicular to the plane.

In order to overcome this limitation and the resulting step pattern on the tracking trajectory, a Kalman filter is proposed for improvement of the tracking. The Kalman filter is chosen as it has proven its benefits as estimation, prediction and data fusion algorithm in numerous applications. Furthermore, its simplicity and effectiveness make it the first choice for the presented workflow. In the presented workflow, the Kalman filter is used in order to estimate and predict the 3D pose of the marker. Hence, the extension of the MR scan plane alignment workflow through prediction of the marker pose is investigated in this chapter. First, the Kalman filter and its algorithm are introduced. Then, the extension of the workflow presented in chapter 2 through the Kalman filter is described and the expected benefits for the marker detection are explained. The chapter finishes with the obtained simulation and experimental results.

Introduction to the Kalman filter

An excellent introduction to the Kalman filter ( [START_REF] Kalman | A new approach to linear filtering and prediction problems[END_REF]) is given by Welch and Bishop in form of a tutorial in [START_REF] Welch | An introduction to the kalman filter[END_REF] and by Maybeck in [START_REF] Maybeck | Stochastic Models, Estimation and Control[END_REF]. The Kalman filter is there presented as an optimal, recursive data processing algorithm that has found a great variety of applications in numerous domains. It can be considered as optimal and recursive as it incorporates all available information, with no need of storing and reprocessing it every time new information is available.

The Kalman filter has several well known properties. As a filter, it can extract available information from noisy measurements. As a data fusion algorithm, it allows to combine available measurement data from different sources, while accounting for prior knowledge about the observed systems and about the measuring devices. An estimate of an observed variable can be made in such a manner that the estimation error is statistically minimized. The Kalman filter can be derived for an observed system by assuming simplifying constraints on the system dynamics: the measurement and process model are assumed to be linear and subject to zero-mean Gaussian noise. Even if these constraints are often not close to reality, the Kalman filter is one of the most established estimation and data fusion method and has been studied in great detail in theoretical and practical applications. This is mainly due to its simplicity, ease of implementation and optimality in terms of minimization of the estimate error covariance ([WB01]).

For non-linear systems, approximations have to be made. The Extended Kalman filter linearizes the system around the current state estimate with the first order terms of a Taylor series ( [START_REF] Welch | An introduction to the kalman filter[END_REF]). The Unscented Kalman filter is an alternative to the Extended Kalman filter, where mean and covariance are parameterized using a set of discretely sampled points ([JU97]).

The most interesting application of the Kalman filter for the presented tracking workflow is its ability to make predictions of the awaited marker pose based on the process model and past measurements.

Kalman Filter algorithm

We assume a discrete-time, controlled process governed by a linear equation such as

x(k) = A(k) x(k -1) + B (k) u(k) + n(k -1) , (3.1) 
relating the process state x at time step k -1 to k via the transition matrix A(k). The matrix B (k) relates an optional control input u(k) to the state. The measurement matrix H (k) of the system relates the process state to the measurement z(k) in the following manner:

z(k) = H (k) x(k) + m(k) . (3.2)
Process noise and measurement noise of the system are represented by n(k -1) and m(k), respectively. We assume that both have a Gaussian distribution (N (mean, var i ance)) according to

n(k) ∼ N (0,Q(k)) (3.3) m(k) ∼ N (0, R(k)) , (3.4) 
where Q(k) and R(k) represent the process and measurement noise covariance matrices, respectively.

The internal variables of a Kalman filter are the process state x and the estimate error covariance matrix P . The algorithm enables an optimal estimate of the state vector x(k) from its prediction and the available measurement z(k) .It consists thus in a prediction step and an
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estimation step :

Prediction Step x(k|k -1) = A(k) x(k -1|k -1) + B (k) u(k) (3.5) P (k|k -1) = A(k) P (k -1|k -1) A T (k) +Q(k) (3.6)

Estimation

Step

x(k|k) = [I -K (k) H (k)] x(k|k -1) + K (k) z(k) (3.7) P (k|k) = P (k|k -1) -K (k) S(k) K T (k) (3.8)
with K (k) and S(k) known as the gain and innovation covariance matrices, respectively:

K (k) = P (k|k -1) H T (k) S -1 (k) S(k) = H (k) P (k|k -1) H T (k) + R(k)
The notations x(k|k -1) and x(k|k) define the state prediction for time step k given the measurements up to time step k -1 and the state estimate for time step k given the measurements up to time step k, respectively. The same notation is used accordingly for the estimate error covariance matrix.

The algorithm is initialized with initial estimates for x(k -1|k -1) and P (k -1|k -1) and starts with the prediction step.

Kalman extended MR image plane alignment workflow

Due to its ease of use, optimal and well-known characteristics, the Kalman filter is used for improvement of the workflow for automatic image plane alignment presented in section 2.4. The workflow still consists in two stages: an initialization step as presented in section 2.4.1 and then a real-time tracking stage. Only the real-time tracking using two orthogonal MR images changes with respect to the alignment strategy of the initial workflow.

Formalization of workflow

In order to introduce the Kalman filter adapted to the image plane alignment workflow, a formalization step is presented in this section. The introduced formalism is then used throughout the following sections. The image plane alignment workflow is based on the measurement of the marker pose x Pose :

x oblique image plane can be described with only four components, as the plane undergoes only one rotation around one axis of the MRI frame. For coherence of the notation, the image plane pose is described with the same components than the marker and will be noted x Pl ane = [x, y, z, α, β] T . Depending on which type of plane is described, one of the orientation components is set to zero for x Pl ane :

x Sag Pl ane (k) = x Pl ane (k) with β → 0 for the sagittal plane

x Tr aPl ane (k) = x Pl ane (k) with α → 0 for the transversal plane.

Initial workflow description

With the initial tracking presented in section 2.4, the image plane at time step k is aligned to the previously estimated pose of the marker from time step k -1 (Figure 2.23):

x Pl ane (k) = xPose (k -1|k -1) (3.11)
So one assumption of this workflow is that motion of the marker is slow enough that at step time k the marker still intersects the image plane acquired at the previous marker pose xPose (k -1).

A second assumption of the workflow is that the position of the marker is given by its intersection of coordinates I x Posi ti on = [x I y I 0] T in frame F I with the current image plane. As the current image plane position and orientation are chosen equal to the previous position xPosition (k -1) and orientation M R I (k -1) of the marker, the position of the marker in the scanner frame is:

xPosition (k) = xPosition (k -1) + M R I (k -1) I x Posi ti on (3.12) xPosition (k) = xPosition (k -1) + M R I (k -1)    x I (k) y I (k) 0    (3.13)
with M R I , the rotation matrix between F M and F I (see section 2.6).

From equation 3.13, the estimate of the marker position is the sum of the marker position at the previous time step and the 2D measurement from the image. As one measurement in the normal direction of the image is unavailable and set to zero, the marker position is constrained within a plane defined by M R I (k -1) and including xPosition (k -1).

As example, with M R I (k -1) = I 3,3 , the current image is a pure transversal plane and the cross section between the plane and the marker does not provide position information in the z-axis direction orthogonal to the plane. From equation 3.13, the marker position along the z-axis is ẑ(k) = ẑ(k -1) and thus is considered equal to its previous value.

An illustration for a diagonal motion between the x-and z-axis, that is the causes of the step effect depicted in the tracking of the previous chapter, is given in Figure 2.23.

Proposed workflow with prediction

Assuming a model of the motion is known, a prediction of the marker pose for time step k can be used for image plane alignment instead of using the previous pose from time step k -1 :

x Pl ane (k) = xPose (k|k -1) , (3.14) 
where xPose (k|k -1) is the prediction of the marker pose for time step k, given measurements up to time step k -1.

As the missing pose information is completed with the corresponding information from the image plane, it is no longer kept equal with respect to the previous time step. Instead, as the image plane position and orientation is based on a prediction of the marker pose ( xPose (k|k -1)) from the previous time step, the missing information is now completed with this prediction. As a consequence, the step pattern on the tracking trajectory is avoided.

However, this workflow is based on the assumption that a prediction can be made using a marker motion model. As the Kalman filter is an optimal estimation and prediction algorithm, it is thus chosen to be integrated in the workflow using a constant velocity model for marker motion approximation.

Application of Kalman filtering to the presented workflow

As freehand motions of the marker are tracked, sudden speed changes are expected, and no process model for the marker motion is known. We thus approximate the process with a constant velocity model.

Adapted to the presented workflow, the state of the process corresponds to the marker pose x Pose = [x, y, z, α, β] T and its derivative:

x(k) = x Pose (k) ẋPose (k) 
.

(3.15) with a transition matrix of the following form:

A = I 5×5 δt • I 5×5 0 5×5 I 5×5 , (3.16)
where δt is the time step between two acquisitions of the MRI scanner, I 5×5 is a 5×5 identity matrix and 0 5×5 is a 5×5 zero matrix. The marker pose is assumed to be measured directly inside the MR images (z(k) = x Pose (k)) resulting in an observation matrix of the form

H = I 5×5 0 5×5 . (3.17)
The presented workflow can thus be described with the following equations:

x(k) = A(k) x(k -1) + n(k -1) , (3.18) z(k) = H (k) x(k) + m(k) . (3.19)
The Kalman filter algorithm is then used in order to predict the pose of the marker for the next time step and eventually calculate an image plane aligned to this prediction.

For this purpose, the filter has to be updated with the 3D pose of the marker at each image acquisition. However, as described in section 2.9, only a subset of the 3D pose is available on each acquired image.

In this workflow, the missing components in the measurement z(k) are replaced by their estimates from x(k|k -1) due the acquisition of the image plane at the predicted marker pose.

As the Kalman filter requires the complete 3D pose of the marker in the measurement vector, available and missing (replaced by their estimates) pose components are used as measurements. The measurement vector contains thus pose components with different measurement confidence. In [START_REF] Welch | SCAAT: Incremental Tracking with Incomplete Information[END_REF], Welch highlights that the measurement covariance matrix is linked to a particular instant in time and can be estimated in real-time during operation of the Kalman filter in order to account for changing measurement noise. A dynamic adaptation of the measurement covariance matrix is thus expected to improve the tracking performance of the Kalman filter, as it allows to account for different measurement confidences in both -the same measurement vector, and in consecutive measurement vectors at different time instants. Hence, in order to account for disparities in measurement confidence, measurements can be weighted differently for computation of the state estimate and the estimate error covariance matrix according to equations 3.7 and 3.8, respectively. For this purpose the measurement noise covariance matrix R is adapted dynamically to every measurement. As a consequence the gain matrix K changes and the measurement vector's influence on the state estimate and the estimate error covariance is defined through R.

The measurement noise covariance matrix can be weighted with different strategies.

One possibility is to calculate the direction of the marker motion and determine at which extent it is normal to the current image plane. In this manner it is possible to admit only little confidence to the normal components of the image plane when the determined motion is majorly normal to the image plane. In the presented workflow the drawback of this approach is the slow image acquisition rate of the MR images and the resulting time delayed marker motion update. Another strategy is to evaluate the marker shape after image segmentation and marker detection in order to assess measurement confidence. In this manner it would be possible to weight the measurement according to the similarity between the detected marker shape to its typical shape. A drawback of this method is the MR image noise altering the segmented shape of the marker. Furthermore, parameterization of a detected marker shape requires higher computation time.

For the presented workflow, a last strategy is chosen: as marker pose components normal to the image plane cannot be updated, their measurement confidence is adapted accordingly. As pointed out in section 2.9, the spatial components of the normal vector depends on the orientation of the simple oblique image plane. Hence, measurement noise covariance values for position components normal to the image plane vary on an interval [10 -5 ;1] and are a function of α and β for sagittal and transversal image planes, respectively. As an orientation component can either be detected or not on an image plane, its measurement noise covariance is not gradually adapted but set to the interval boundaries in a binary manner. Thus, R is obtained as The process noise covariance matrix Q is constant over time and set experimentally to

R =         10 -a 0 0 0 0 0 10 -b 0 0 0 0 0 10 -c 0 0 0 0 0 10 -d 0 0 0 0 0 10 -e         (3.
Q = I 10×10 • 10 -5 .
(3.21)

Real-time tracking with Kalman filter

Real-time tracking starts with the acquisition of a simple oblique sagittal plane (Image 1 ) whose parameters have been sent to the MRI scanner at the end of the initialization stage. The passive marker is then detected, its 3D pose (Pose 1 ) is computed and used for initialization of the Kalman filter. The Kalman filter state is thus initialized with the first measured pose Pose 1 and a speed equal to zero. The initial estimate error covariance matrix is set to the identity matrix in order to quickly converge afterwards. A first prediction is then made by the Kalman algorithm, but as this prediction is based on zero speed of the marker, the predicted marker pose (Prediction 1 ) is exactly the same as the first detected one, similar to the original workflow without Kalman filter. Therefore the following simple oblique transversal image plane (Image 2 ) is aligned on the first detected marker pose. After acquisition of Image 2 , the new marker pose is detected (Pose 2 ) and handed to the Kalman filter as measurement. The Kalman filter then corrects its previous prediction according to this measurement and computes an estimation of the process state. Based on this estimation a prediction (Prediction 2 ) of the marker state is performed and the next sagittal oblique image plane (Image 3 ) is aligned to the predicted marker pose. From then on, the two orthogonal image planes (sagittal/transversal) alternate and update their positions and orientations mutually according to the predicted marker pose from the Kalman filter (Figure 3.2).

In case of a non-detection of the marker, the measurement for the Kalman filter is unavailable.

Marker detection

Nevertheless, in order to generate a prediction for the next marker pose, the previous prediction of the Kalman filter is handed in as measurement and the measurement covariance is set to a very high value. In this manner, the Kalman filter will ignore this measurement according to eq.3.7 and eq.3.8 and generates a prediction of the next marker pose, based on its internal process model only. 

Marker detection

Through use of a marker pose prediction from the Kalman filter, additional prior knowledge is available during image segmentation and interpretation and can be of great benefit for these steps. Hence, it is possible to implement either a restrained search window on an image plane or an additional position criterion for the marker detection algorithm.

Region of interest for image segmentation

A restrained region of interest can be implemented in order to facilitate the image segmentation step, as the patient's body can almost entirely be deleted from the image to analyze (Figure 3.3a). For this purpose, the predicted 3D position of the marker in the MRI frame is computed as pixel position on the image plane for which it is predicted. A square region of interest of twice the marker length is then computed around the pixel position of the marker.

The region of interest is deliberately chosen of this size, as smaller windows increase the risk of obliterating parts of the marker. The image content outside of the region of interest is then set to zero in order to keep only the image content inside for further analysis. The resulting image contains then typically the passive marker with the hand of the person holding it. The thresholds for the image segmentation are determined in the same manner as described in section 2.5.3 but only the threshold established at the 0.9-quantile is applied to the restrained window in order to segment the passive marker and the hand of the person holding it separately. Segmentation can thus easily be realized, if the patient's body is not depicted inside the region of interest.

Position score for image interpretation

Another approach for application of the prior knowledge is the implementation of a position criterion during image interpretation. For this purpose the predicted 3D position of the marker in the MRI frame is computed as pixel position on the image plane for which it is predicted. Then there are two options: either all segmented objects whose centroid lie outside a predefined region of interest are directly excluded from the image interpretation step, or an additional position score is integrated in the proposed score system in section 2.5.3. The position score can be calculated as a function of the distance between the detected and predicted marker position for an image plane.

Use of the prior knowledge during image interpretation is more useful than its use during image segmentation. This is due to potentially remaining body parts inside the region of interest for image segmentation (Figure 3.3b) that cause problems for the image interpretation method presented in section 2.5.3. The position criterion for the marker detection has no such robustness problems and was thus selected for integration of prior knowledge gained by the Kalman filter. 

Results

Results

In order to assess the performance of the Kalman Filter for image plane alignment, simulations and experiments are performed with the same protocol as presented in section 2.8.1 and section 2.8.2, respectively. The workflow again is based on marker detection in sagittal oblique and in transversal oblique image planes, that are acquired alternately. The marker is detected on one plane and its current pose is estimated by a Kalman filter. Then, the Kalman filter generates a prediction of the marker pose for the acquisition time of the next image plane. The next image plane is then aligned to the predicted marker pose.

The maximal tracking speed of the workflow and its tracking accuracy are assessed in the same manner as in section 2.9 in order to compare the obtained results.

Timing analysis of real-time image plane alignment

Correspondingly to section 2.9.1, an analysis of the time that is necessary for execution of the Kalman filter algorithm was performed. For this purpose, the execution time of 165 estimation and prediction steps was measured. The additional processing time due to the use of the Kalman filter is less than 250 µs and thus negligible, as expected. Hence, the experimental image update time remains 1200 ms for the Kalman filter approach for image plane alignment.

Evaluation of the maximal tracking speed

The maximal tracking speed of the Kalman extended workflow is determined with both, simulations and the experimental testbed.

Simulations

Simulations were carried out for determination of the maximal tracking speed for a motion at an angle of 45 • between the transversal and sagittal image planes in the same manner as in section 2.9.3. The obtained simulated maximal tracking speed is 21.6 mm/s which is 2.1 mm/s higher than the value for the initial workflow. The maximal tracking speed for the Kalman filter is limited due to its convergence time to a steady state when initialized with a null speed. With a progressive increase of the marker speed or a state initialization with the speed of the marker, the Kalman filter could track even higher speeds for this strictly linear and unidirectional motion type. In return, such simulations are not realistic with regard to the final application of this workflow, which is tracking of freehand motions of the marker.

Correspondingly to section 2.9.3, the maximal tracking speed of the Kalman approach is evaluated with simulations of the hypothetical high update frequency (2 Hz) scenario. For an image update frequency of 2 Hz, the maximal tracking speed is obtained at 52 mm/s.

Compared to the maximal tracking speed in the hypothetical scenario of the initial workflow, the value is 3.5 mm/s higher.

Experiments

The maximal tracking speed is determined experimentally in the same manner as in section 2.9.3, using an oscillatory motion with increasing speeds. The translation curve of the performed oscillatory motion on the testbed is depicted in Figure 3.4. The obtained value for the presented workflow is 21.24 mm/s which is more than twice of the value for the initial workflow. This value is very similar to the maximal tracking speed calculated for the diagonal motion in the previous simulations. 

Accuracy assessment

The tracking accuracy of the Kalman extended workflow is also determined with both, simulations and the experimental testbed.

Simulations

In order to assess the accuracy of the Kalman Filter for image plane alignment, simulations were performed for the same simulated motion as in section 2.9.4. A comparison of tracking performance of the workflow with and without Kalman filtering is presented in Figure 3.5. The step pattern observed for the initial workflow is compensated through the use of the Kalman filter (Figure 3.5a -3.5e). The overall 3D root mean square error (rmse) of position detection is 3.05 mm, which is an interesting improvement with respect to the initial workflow (5.54 mm). Tracking results in terms of rmse benefit from the Kalman filter for all pose components (Figure 3.5f). The rmse for the x and β-components is halved through use of the Kalman filter. Nevertheless, overshoot is observable for the x-,z-,α-and β-components. Overshoot typically occurs when the motion changes in direction or speed and is due to the implemented constant velocity model and the slow image acquisition rate. The Kalman filter takes two or three images of transition time before adapting to the new motion and coming back to steady state. The transition time for the position components depends on the orientation of the MR image relative to the marker motion. If a changing position component cannot be detected on the next image plane (i.e. component orthogonal to image plane), transition time may be longer than for an immediate detection on the next image plane. In the same manner as the y-component is less affected by the step pattern due to its update on both orthogonal MR images, it is also less affected by the overshoot of the Kalman filter.

In order to evaluate the effect of the dynamic adaptation of the measurement noise covariance matrix (R) according to the current image plane (section 3.2.2), further simulations have been carried out again with the same motion. The tracking accuracy is compared for the Kalman filter with dynamic adaptation of the covariance matrix and without adaptation (Table 3 The dynamic adaptation of the measurement noise covariance matrix with the chosen method results only in slight improvement of the image plane alignment performance in submillimetric order for the position component (overall rmse improvement of ∼0.13 mm). The obtained result is below the expectations towards this method and not convincing. As its use makes no significant difference for the presented tracking workflow, dynamic adaptation of the measurement noise covariance has not been used in order to optimize the calculation time of the workflow.

Correspondingly to section 2.9.4, the accuracy assessment of the Kalman approach is also performed in the hypothetical scenario where an image update rate of 2 Hz is simulated.

The results in terms of rmse errors are compared to the initial workflow in Table 3.2. The overall position rmse is 2.14 mm, which is almost 1 mm smaller than for the initial workflow in the hypothetical scenario. Thus, a higher imaging frequency is also highly profitable for the Kalman tracking approach.

Results

One can notice that the value for the rmse of the β-component of the Kalman filter approach is slightly higher at a 2 Hz imaging frequency than at 0.83 Hz. This is mainly due to the match between the initial instant of change of the component speed and the acquisition of a sagittal image plane when running at 0.83 Hz. It enables the Kalman filter to readily detect and account for the motion change. On the contrary, at 2 Hz, the initial change of the β-component speed unfortunately matches the acquisition of a transversal image plane, where the component change cannot be detected. Hence, the change can only be detected on the next sagittal image plane.

rmse 

Experiments

For evaluation of the benefits of the Kalman extended workflow, its performance is assessed with the same test setup using the MR compatible testbed as presented in section 2.8.2. First, the operator manually translates the marker, trying to keep a constant velocity. The operator iteratively tested several increasing speeds, while trying to ensure tracking of the marker through visualization of both real-time MR images on the in-room display screen. The performed motion and tracking are presented in Figure 3.6 for the different position components of the marker pose.

The measured mean speed of the motion is determined on the translation curve of the testbed and is approximately 17.5 mm/s. As for the simulations, it can be observed that the step pattern of the x-and z-components is compensated through the use of the Kalman filter at the cost of slight overshoot during motion changes. The measurement noise on the y-component can be explained in the same manner as for the experiments in section 2.9.4 through its update on every image plane and through image noise resulting in detection differences. The overall 3D rmse of this motion is 3.7 mm which can also be computed separately for every component: the rmse is 1.2 mm, 2 mm and 2.8 mm for the x-, y-and z-coordinates, respectively. Even though the performed marker motion is more than twice as fast as the marker motion for the initial workflow (8.81 mm/s), the rmse for the Kalman extended workflow is clearly better than without the Kalman filter. Nevertheless, the improvement of the tracking depends on the compliance of the motion and its model in the Kalman filter, i.e. a motion with constant velocity. As a consequence rmse can rise if the marker motion exhibits strong acceleration. Smooth free-hand motions are then suggested to the person operating the marker. Figure 3.6: Experimental results for tracking of a marker motion of approximately 17.5 mm/s using the Kalman filter. The marker motion is decomposed to every pose component and depicted with the green curves (a-c). The tracked position values are depicted with the red graphs. The step pattern observed for the initial workflow for the x-and z-components are compensated. The obtained rmse (d) is smaller than the one for the initial workflow, even though a much faster marker motion is performed.

Conclusion

In this chapter, the workflow for MR image plane alignment is extended through a Kalman filter. The Kalman filter is chosen due to its optimal characteristics, its easy-to-implement algorithm and its widespread use in tracking applications. It allows to overcome the tracking inaccuracies inherent to the initial workflow due to the unavailability of the marker pose components perpendicular to the MR image planes. The chosen constant velocity process model performs well for weak accelerations of the tracked marker motion. The filtering effect of the Kalman filter allows to generate optimal marker pose estimates increasing the robustness of the tracking against measurement noise. The Kalman filter also shows its benefits for the facilitation of the marker detection algorithm due to prior knowledge of the marker position according to the Kalman prediction. Furthermore, a weighting technique based on dynamic adaptation of the measurement covariance matrix according to the used image plane and its inherent unavailable pose components is investigated. Its effect on the estimation and prediction is verified and found to be negligible, for the considered tracking with a low update frequency of the Kalman Filter.

The improvement of the image plane alignment is obtained at the cost of slight overshoots due to accelerations of the marker motion. The overshoots are mainly due to the used constant velocity model which is a rather strong simplification of the tracked freehand motion and the low image acquisition rate of the MR images.

In order to improve the reactivity of the image plane alignment workflow, decoupling of the tracking frequency from the MR image acquisition frequency would be of great use. For this reason the combination of the presented workflow with an additional sensor is presented in the next chapter.

Extension of the workflow through an RGB-D sensor

The Kalman extended workflow has shown benefits for the alignment of the image plane to the marker. Nevertheless, the slow acquisition rate of the clinical MRI sequence limits the speed of the motion that can be tracked. In order to overcome this limit, an additional tracking sensor with a higher acquisition frequency should be used. In order to minimize additional hardware cost and avoid modification of the MRI hardware and sequences, an RGB-D sensor has been chosen as it proposes a cheap and easy solution for 3D pose measurements and has been abundantly used in tracking applications over a wide area of research fields. The purely MR image based approach presented in chapter 2 is thus combined with an RGB-D sensor based approach. In this manner the advantages of a passive and active approach are combined and they mutually compensate for their inherent drawbacks.

This chapter gives first an insight on the technique of RGB-D sensors and their applications. Second, a hybrid image plane alignment workflow combining the passive workflow presented in chapter 2 and an RGB-D sensor based approach is presented. Then, the detection algorithm for the RGB-D sensor is presented, as well as the registration approach between RGB-D and MRI frames and the developed system architecture. Focus is then put on the fusion of the MR image and RGB-D sensor based measurements through use of an Information filter. In this context a general introduction to multi-sensor data fusion is presented. The chapter is ended with the presentation of the achieved results and the conclusion.

RGB-D sensor

An RGB-D sensor delivers RGB images and a depth image of an observed scene. It combines an RGB camera with an infrared (IR) projector and an IR camera. The IR projector and camera work together as a depth sensor: an IR speckle dot pattern is projected on a scene and the reflected speckles are captured by the IR camera. The spatial relationship between the projector and camera is known thanks to an offline calibration. The projected dot pattern and the camera observed dot pattern are compared. Due to a position shift of the observed dot pattern that is a function of the distance of the object to the RGB-D sensor, it is possible to determine the depth of the object (Figure 4.1). I gives a comparison between these two tools in terms of their algorithmic components.

In general, most corresponding components provided by these two libraries are functionally comparable. Here, we mention a few differences between them. For example, OpenNI's skeletal tracker requires a user to hold a predefined calibration pose until the tracker identifies enough joints. The calibration time varies greatly depending on environment conditions and processing power. On the contrary, Microsoft SDK does not need a specific pose initialization. However, it is more prone to false positives than OpenNI, especially when the initial pose of a human is too complicated. Moreover, the newest version of the Microsoft SDK is capable of tracking a user's upper body (ten joints) in case the lower body is not visible. This is particularly useful when analyzing human postures with a sitting position. Furthermore, OpenNI focuses on hand detection and hand-skeletal tracking whereas Microsoft SDK realizes simple gesture recognition, such as "grip" and "push" recognition.

It is worth highlighting that the new version of OpenNI (2.0) 
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Another cluster of papers focu capability of Kinect, especially performed in order to determine its intrinsic parameters (see section 4.1.4 for details). The RGB camera and the IR camera are horizontally separated by a few centimeters, which makes the determination of the extrinsic parameters between them necessary in order to correlate the depth images to the RGB images. During this work, the manufacturer delivered set of extrinsic parameters has been used. As RGB-D sensors provide RGB images and synchronized depth images of a scene at a high acquisition rate and at low material cost, they have been used extensively in a widespread area of research during the last years.

Literature review of RGB-D sensors in research applications

In [START_REF] Han | Enhanced computer vision with microsoft kinect sensor: A review[END_REF], Han et al. present a review of Kinect-based computer vision algorithms and applications on which is based the following literature review. They highlight that the complementary and synchronized RGB and depth information can be used in order to find solutions to classical problems in computer vision at a lower cost than with traditional 3D cameras such as stereo cameras and time-of-flight (TOF) cameras. The type of problems that can be addressed or whose solution can be improved include object tracking and recognition, human activity analysis , hand-gesture recognition, and indoor 3D mapping (Figure 4.3). In its first section the review presents research focussed on performance evaluation: In [START_REF] Smisek | 3D with kinect[END_REF], the resolution and precision of Kinect depth measurement is investigated. In terms of resolution the quantization step q, which is the distance between two consecutive depth values, was evaluated. The function q, describing the quantization step as a function of depth z was found to be non-linear : q(z) = 2.73z 2 + 0.74z (Figure 4.4a). The authors also compared the Kinect camera precision to a stereo camera and a TOF camera. The authors found the Kinect to be superior in accuracy to the TOF camera and close to the performance of the stereo camera. In [START_REF] Stoyanov | Comparative evaluation of range sensor accuracy in indoor environments[END_REF], the authors compare the Kinect and two TOF cameras to an actuated laser range sensor. Their results reveal that none of the devices can compete with the laser range sensor in terms of accuracy, when its full range is evaluated. When environments of a constrained size (within a sphere of radius 3.5 m) are considered, the Kinect has an accuracy similar to the one, obtained through the actuated laser range sensor. Khoshelham et al . explain the depth measurement by triangulation in [START_REF] Khoshelham | Accuracy and resolution of kinect depth data for indoor mapping applications[END_REF] and highlight possible error sources and their influence. The three main sources for erroneous depth measurement are related to the sensor, the measurement setup and the properties of the observed object surface. Sensor errors refer to an inadequate calibration and inaccurate measurement of disparities for depth reconstruction. For measurement setup errors, the authors mention mainly the lighting conditions (influencing the disparity measurement) and the imaging geometry. Imaging geometry includes the distance between the object and the sensor and occlusions of or shadows on parts of the scene (due to invisible pattern parts for the IR camera). Both occlusions and shadows result in gaps in the depth image. In the same manner, smooth and shiny object surfaces make the disparity measurement impossible and their depth values can neither be reconstructed. Experiments were carried out in order to evaluate the random error in depth measurement as a function of distance between object and sensor. For this purpose, depth values of a planar surface were observed at different distances and the standard deviation of 4,500 samples was calculated for every distance (Figure 4.4b). The results reveal that the random error in depth measurement increases with increasing distance between object and sensor from a few mm at close range to 4 cm at maximum range of 5 m. Major progress has been made in image segmentation with the facilitation of background subtraction methods. These algorithms could be improved and made more robust against lighting condition changes and lack of contrast, which are difficult problems for algorithms based on traditional images without depth information. Main application of these new algorithms is people detection, either based on depth images only or on combined use of RGB and depth images. Few medical applications are known up to now. In [START_REF] Wei | Semantic mapping for smart wheelchairs using RGB-D camera[END_REF] a semantic map of the environment of a wheelchair is built based on the acquired data by an RGB-D sensor. In [MNB + 11], three RGB-D sensors are used in order to track personnel in a surgical environment. In [START_REF] Rodas | Object Detection in the Interventional Room using RGB-D Cameras[END_REF],

an approach for detection and localization of equipment in an interventional room using RGB-D sensors is presented in the context of an X-ray monitoring system.

Due to its low cost, good accuracy and ease of use, the RGB-D sensor is a valuable additional sensor for integration in the MR image plane alignment workflow as it allows direct 3D measurements of an observed scene. The results found in terms of precision and depth resolution seem to be convenient for our application as the typical working distance between marker and sensor won't exceed 1.6 m where a maximal quantization step of ∼8 mm is expected according to andc). When the USB cable is removed from the waveguide no artifacts appear. A possible explanation is that the copper-containing USB extension cable compromises the shielding function of the MRI room and introduces noise to it. The observed artifacts do not interfere with the marker detection in the MR images.

Use of an optical fiber and a transducer to convert the USB2 electric signal in an optical signal for transmission of the RGB-D sensor data outside the MRI room could be assessed. In this manner, passing the USB cable through the waveguide and thus comprising the Faraday shield of the MRI room could be avoided in order to suppress the artifacts from the MR images.

Three-dimensional position measurement with the RGB-D sensor

The RGB camera image is formed according to the camera model presented in Appendix B, where a point in camera coordinates ( C P = [x, y, z] T ) and its projection in image coordinates ( I P = [u, v] T ) are related through the following equation:

   s u s v s    = C    x y z    , (4.1)
where parameter s is an arbitrary scale factor. Matrix C is called the calibration matrix and contains the intrinsic parameters of the camera:

C =    α u 0 u 0 0 α v v 0 0 0 1    . (4.2)
The intrinsic parameters of the RGB camera are obtained during one-time calibration (described in section 4.1.4): parameters α u and α v are scale factors along the u and v axes of the image frame, respectively. The coordinates of the image center in pixels in the image frame are given by the parameters u 0 and v 0 . The image center, also called principal point, is defined by the intersection of the camera optical axis and the image plane. The following equations are thus obtained for the coordinates u and v of point I P :

u = α u x z + u 0 (4.3) v = α v y z + v 0 . (4.4)
Note that [u, v] T is given in pixels and [x, y, z] T in mm. Inversely, in order to measure a 3D position based on the RGB image we can change equations 4.3 and 4.4 to

x z = u -u 0 α u (4.5) y z = v -v 0 α v , (4.6)
where only the relations x z and y z can be obtained from the image coordinates. Thus, without further information about the observed scene, it is not possible to reconstruct the 3D position of a point, based only on its 2D position from the image plane. This is where the depth measurement of the RGB-D sensor can be employed. As the RGB-D sensor measures the depth (z) of an observed scene directly in the camera frame, equations 4.5 and 4.6 can be solved:

x = u -u 0 α u z (4.7) y = v -v 0 α v z . (4.8)
Thus, the RGB-D sensor allows to directly measure a 3D position of an object in the camera frame.

It would also be possible to reconstruct the 3D position of an object with a single camera instead of an RGB-D sensor through the intrinsic parameters of the camera and a prior knowledge of one characteristic dimension of the object (e.g. in [START_REF] Boracchi | Ball position and motion reconstruction from blur in a single perspective image[END_REF]). This distinctive dimension can be an external size of the object (width, height, radius) or a distance between two features on the object. Such approach is described below. Assume the known width (in mm) of an object in the camera frame as x d = x 1x 2 , where x 1 and x 2 are the points attached to the extremities of the object along the x axis of the camera frame. The corresponding distance u d = u 1u 2 (in pixels) can be measured in the image. According to eq.4.7, the points in camera frame and their projections in the image plane can be related:

x 1 = (u 1 -u 0 ) α u z 1 (4.9) x 2 = (u 2 -u 0 ) α u z 2 (4.10)
Thus, if they are written as distance x d , the following equation is obtained:

x d = x 1 -x 2 x d = (u 1 -u 0 ) α u z 1 - (u 2 -u 0 ) α u z 2 (4.11)
If it is assumed that the object is spherical, it is possible to measure its diameter independently from its orientation with respect to the camera. An equal z coordinate is assumed for both extremities of the object :

z = z 1 = z 2 .
(4.12)

Accordingly eq.4.11 can be simplified to

x d = z α u [(u 1 -u 0 ) -(u 2 -u 0 )] (4.13) x d = z α u (u 1 -u 2 ) , (4.14)
which can be written as

z = x d α u u d . (4.15)
It is thus possible to calculate the z coordinate (in mm) of the object in the camera frame by measuring its size u d (in pixels) in the image frame. With the obtained z coordinate, eq.4.7 and eq.4.8 can be applied in order to reconstruct the 3D position of the object.

Nevertheless, the precision of the camera approach depends highly on the accuracy of the object segmentation in the image, the object size and the image resolution. The additional depth measurement from the RGB-D sensor is thus clearly an advantage over this method.

RGB camera calibration

Camera calibration allows to determine the intrinsic parameters of a camera. Zhang's method ([Zha00]) was used for calibration of the RGB camera of the RGB-D sensor. This technique allows to calibrate a camera through observation of a planar pattern at a few (at least two) different orientations. The feature points of the pattern are detected in the obtained images and the intrinsic and extrinsic parameters of the camera are obtained through an analytical solution. The image deformation due to radial distortion is then estimated. Finally, the determined parameters are refined through a non-linear optimization approach. At the end of this calibration method, the intrinsic parameters of the camera are obtained, namely the coordinates of the principal point (u 0 ,v 0 ), the scale factors α u and α v in image coordinates (pixels) and the skewness factor γ of the image axes. The skewness factor defines the angle between the image x-axis and y-axis. The coefficients of the radial distortion k 1 , k 2 are also obtained. The radial distortion due to the optical system induces a shift of the pixel position compared to a perfect pinhole model (more details in annex B). Following this method, the results presented in Table 4.1 are obtained for the RGB camera of the Asus Xtion Pro Live RGB-D sensor. The calibration has been performed for two resolutions of the camera. For each resolution a checkerboard calibration pattern has been observed in 13 different orientations. 

Hybrid image plane alignment workflow

Hybrid image plane alignment workflow

A hybrid workflow for automatic scan plane alignment has been developed combining the passive workflow presented in chapter 2 with an active tracking approach based on measurements of an RGB-D sensor. Main drawback of the purely MR image based approach is the coupling of the tracking speed to the slow image acquisition rate of the clinical MRI sequence.

The inherent drawback of an RGB-D sensor based approach is the need for an unobstructed line-of-sight between sensor and tracking marker. Combination of both approaches is expected to compensate for their respective drawbacks and to combine their advantages. The hybrid approach allows to use the MRI or the RGB-D sensor either as stand-alone tracking modalities or to use them simultaneously by fusing their measurements through use of an Information filter.

RGB-D sensor installation

Due to the need for a line-of-sight between the RGB-D sensor and the marker, best position of the RGB-D sensor is in the back of the MRI scanner at a typical distance of about 1.5 m between the sensor and the MRI scanner isocenter along the MRI z-axis (Figure 4.6a). Positioned there, the risk for occlusion of the marker through the person holding it, is minimized. An installation scheme of the RGB-D sensor and its connection to the external PC is presented in Figure 4.6b.

Marker

The marker used for tracking has to be detected in MR images and in RGB-D sensor images. Thus to validate the concept, a cylindrical marker (length: 109 mm, diameter: 40 mm) filled with a contrast agent / water solution (Gd-DTPA 5 mM) and two pink balls (diameter: 40 mm) attached at its distal ends is used (Figure 4.7). The exterior dimensions of the cylindrical marker are slightly bigger than those of the marker presented in section 2.2.2 but the interior dimensions determining the contained liquid volume are exactly the same. The ball positions are symmetric with respect to the center of the marker. The MR contrast agent solution and the pink balls are well detectable in MR images and RGB images from the RGB-D sensor, respectively. 

Initialization

The RGB-D sensor is positioned inside the MRI room and connected via an USB cable, passed through the waveguide, to the PC inside the MRI control room. The initial position of the marker inside the MRI tunnel is determined through volume images as presented for the MR image based workflow (section 2.4.1). After alignment of the first real-time scan plane to the marker, the MR image based tracking starts.

Real-time scan plane alignment

An online registration approach is performed during the real-time scan plane alignment stage as described in section 4.4 in order to determine the rigid transformation between the MRI and RGB-D sensor frames. As this transformation is unknown in the beginning, real-time tracking starts based on MR images only: alternating clinical real-time images are aligned according to the detected marker pose in the MR images (section 2.4.2). Simultaneously, the marker pose is detected by the RGB-D sensor. As soon as enough matched marker positions have been acquired in both modalities, the registration can be performed. After successful registration, the marker pose that is detected with the RGB-D sensor (section 4.3) can be transformed to the MRI frame and is thus available for scan plane alignment, too.

The detected 3D poses from the MR image and from the RGB-D sensor are then fed to an Information filter (see section 4.5) that fuses them and predicts the next 3D pose of the marker. Alternately, transversal and sagittal oblique scan planes, aligned to the predicted marker pose, are calculated and corresponding commands are sent to the MRI scanner (Figure 4.8). The working frequency of the Information filter is set to the faster modality which is the RGB-D sensor. Due to this principle and the difference of the acquisition frequencies between the RGB-D sensor and the MRI, the fusion algorithm has to deal with unavailable MRI measurements. Thus, in between two MR image acquisitions the workflow relies on detected 3D poses from the RGB-D sensor, only. Generally, in case of an unavailable measurement (due to a failed detection, e.g.) from one modality the Information filter will continue working with the measurements of the other modality. When the marker cannot be detected inside both, MR images and RGB-D sensor images, no commands are sent to the MRI console until one of both measurements becomes available again. As a consequence, the frequency of the sent commands depends on the availability of the measurements. An example of a typical timeline is depicted in Figure 4.9.
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.9: Example timeline of commands that are sent to the MRI console PC depending on the available measurements. Between t 1 and t 2 both RGB-D (a) and MRI (b) measurements are available. The measurement fusion algorithm fuses them if an MR image is acquired during an RGB-D image acquisition period. During the intervals where MRI measurements are not available, the measurement fusion algorithm only accounts for the available RGB-D measurements. Between t 2 and t 3 MRI the measurement fusion algorithm only accounts for MRI measurements as RGB-D measurements are unavailable. From t 3 on, all measurements are available again. Commands are only sent to the MRI console PC if at least one modality delivers available measurements.

Detection algorithm for RGB-D sensor images

In order to measure the 3D pose of the marker with the RGB-D sensor, positions of the two pink balls are detected in the images and their 3D positions are calculated in the camera frame as described in section 4.1.3. Note that the RGB-D sensor operates with its minor resolution of 640 × 480 pixels for RGB images as this corresponds directly to the maximal resolution of the depth images. In this manner the RGB and depth images are temporally synchronized and acquired with the higher frame rate of 30 frames per second. Using a higher resolution for the RGB images would decrease their frame rate to 15 frames per second. Detection of the two pink balls starts with the transformation of the RGB image (Figure 4.10a) to Hue Saturation Value (HSV) color space and the application of an experimentally determined threshold. The HSV space revealed as the most intuitive color representation for the research of a threshold. After thresholding (Figure 4.10c) a morphological opening is performed (Figure 4.10d) using a circular structuring element with a diameter of 5 pixels in order to erase potential noise. Then a contour detection algorithm is applied (Figure 4.10e) performing a least-square fitting of ellipses to the segmented contours ( [START_REF] Fitzgibbon | Direct least square fitting of ellipses[END_REF]). The length of the major and minor axes of the ellipses are then verified with respect to an admitted ball diameter interval. This interval is calculated based on the diameter of the ball in the camera frame, on its maximal and minimal allowed distance to the RGB-D sensor and on the scale factors of the image axes. The scale factors are obtained during camera calibration and may be different for the image axes, but are assumed equal for this calculation (for further details about camera calibration see section 4.1.4). The minimal and maximal ball diameter is thus determined for the u axis of the image frame and adopted for the v axis:

u mi n =
x bal l α u z max (4.16)

u max = x bal l α u z mi n . ( 4.17) 
The variables u mi n and u max are the minimal and maximal ball diameter (in pixels), respectively. The ball diameter (in mm) is given by x bal l , the minimal and maximal admitted distance between the camera and the ball by z mi n (800 mm) and z max (2000 mm), respectively. If the balls are segmented, the 2D positions inside the image frame of the centers of their fitted ellipses is determined. In order to reconstruct the 3D positions of the balls, as described in section 4.1.3, the depth of the segmented balls must be determined. For this purpose, the depth image (Figure 4.10b) of the scene is accessed and the depth pixels with the same position than those inside the detected contours in the RGB image are verified (Figure 4.10f).

First must be verified if they are valid values as the depth map can be incomplete due to a failed reconstruction of the depth by the RGB-D sensor. This typically happens for strongly reflecting surfaces where the emitted IR pattern cannot be captured by the RGB-D sensor.

For both balls the depth values inside their detected contours are collected and their median values are determined. The median has revealed as a better depth measurement than the mean value of all collected depth values. This is mainly due to its robustness against depth value outliers at the edges of the balls, where the projected IR pattern cannot be detected on the balls themselves but potentially on a reflecting surface behind the ball (Figure 4.11). These depth measurements are used for reconstruction of the 3D positions of the balls. Note that with greater distance between the ball and the RGB-D sensor, the number of available depth values for the ball decreases due to the resolution of the structured light pattern used for depth reconstruction. Furthermore, as not the whole surface of an object can be detected on the depth map, but only the side facing the RGB-D sensor, an offset in depth between the Figure 4.11: Simplified representation in one plane of the projection of the structured light pattern on the ball. The red points can be reconstructed on the ball's surface and correspond thus to its actual depth values.The edges of the ball cannot be reconstructed in this manner due to their lack of reflection of the structured light pattern on the ball surface. The reconstructed depth value of the ball edges on the depth image might thus correspond to a reflecting surface behind the ball. (a): Ball at a small distance from RGB-D sensor. A small shift between the real center and the available values for calculation of the detected center on the z axis can be observed. (b): Ball at a greater distance from RGB-D sensor. The number of available depth points has decreased and the shift between real ball center and the available values for calculation of the detected center has increased. real center of the ball and its detected center is introduced. The offset is a function of the distance between the ball and the RGB-D sensor (Figure 4.11). During the registration process of the RGB-D sensor with the MRI (section 4.4), a mean value for this offset is identified as part of the translation between the MRI frame and the RGB-D sensor frame. This offset is then assumed to be constant over the depth range of the marker workspace. The orientation of the marker is computed by defining a vector from the 3D position of the upper ball pointing towards the position of the lower ball. The 3D marker position is defined as the middle position between the two detected ball positions.

Registration between MRI and RGB-D sensor

As presented in [START_REF] Troccaz | Capteurs et recalages per-opératoires[END_REF], registration consists in the determination of a geometrical relation between two frames using a transformation. Rigid transformations include rotations and translations. The transformation can also be non-rigid, which means that it is non-Euclidean and searched between objects among whose at least one is deformable. In order to register the MRI frame with the RGB-D sensor frame the 3D rigid transformation between both frames has to be determined. This transformation is represented with three parameters for the translation and three parameters for the rotation. The registration between the MRI frame and the RGB-D sensor frame can be performed offline or online. As presented in [VBR + 07] and [START_REF] Daanen | Suivi 3D de gestes chirurgicaux[END_REF], offline registration between a camera system and an MRI consists in determination of the transformation between them and can be performed with a dedicated registration frame. The transformation is determined once after installation of the camera system and is thus constant over time. The drawback of an offline registration is that in case of a displacement of the camera, the found transformation between the camera and the MRI frame is no longer valid and the registration step has to be repeated. As a permanent installation of the RGB-D sensor behind the MRI machine is currently not compatible with the clinical workflow and thus not feasible, an offline registration would have to be performed before every intervention. On the contrary, an online registration consists in finding and updating the transformation between the MRI frame and the RGB-D sensor frame online during the intervention. Initially, the intervention is performed using MRI data only. At the beginning of the intervention, a number of matched points (at least three) has to be acquired in both the MRI frame and the RGB-D sensor frame in order to determine the 3D rigid transformation between the point sets. In our case, a pair of matched points is composed of the marker center coordinates in both modalities and detected during the same RGB-D acquisition period. After successful registration, the intervention is performed using data from both modalities. An advantage of the chosen approach is that the point sets in both frames are extended and updated during the entire intervention allowing to improve and refine the registration result over time. Hence, the online registration allows to change the position of the RGB-D sensor at any time during a procedure in order to achieve an optimal line-of-sight between sensor and intervention zone. Due to its flexibility, an online registration approach has been proposed.

The transformation between the MRI frame and the RGB-D sensor frame is given by the homogenous matrix

MRI M RGB-D = MRI R RGB-D MRI t RGB-D 0 1 , ( 4.18) 
where MRI R RGB-D is the rotation matrix and MRI t RGB-D the translation between the frames (Figure 4.12).
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Q * = min R,t n i |C i -C R O O i -C t O | 2 , ( 4.19) 
where Q * depends on the rotation C R O and translation C t O . When expressing the sets of coordinates, C i and O i , with respect to their respective centers of mass, C mc and O mc , this cost function can be split and the optimal rotation and translation are obtained through the following equations min

R n i |C i -C R O O i | 2 , ( 4.20) 
and

t = C mc -C R O O mc (4.21) with C mc = 1 n n i C i (4.22) O mc = 1 n n i O i (4.23) C i = C i -C mc (4.24) O i = O i -O mc . (4.25)
Thus, in a registration step, we typically start by searching for the optimal rotation between the frames, before computing the translation.

Determination of the optimal rotation between the frames

Based on eq.4.20, Horaud and Monga demonstrate that at least three non aligned matched points are needed for the determination of all rotation parameters between two distinct frames. When this condition is met, matched point sets can be inserted in the following equation.

       . . . . . . . . . 0 -(O i z +C i z ) (O i y +C i y ) (O i z +C i z ) 0 -(O i x +C i x ) . . . . . . . . .        M    N x N y N z    N =        . . . C i x -O i x C i y -O i y . . .        P . (4.26) 
The least-square solution to eq.4.26 is

N = M + P , (4.27) 
where M + is the pseudo-inverse of matrix M. This equation allows to find the rotation axis n * and rotation angle θ * , given by

n * = N |N | (4.28) θ * = ±2at an (|N |) . (4.29)
The residual error can be evaluated through calculation of the rmse between both point clouds, with the point clouds being represented in the same frame thanks to the found transformation. The residual error is used for determination of the sign of the rotation angle. For this purpose, the residual error is computed for both transformations, one with a positive and one with a negative rotation angle. The transformation resulting in a better residual error between the point clouds is the one with the correct rotation angle. The according rotation matrix C R O between both frames can then be obtained through the Rodrigues formula.

The method for determination of the optimal rotation of Horaud and Monga is based on a work for robot hand/eye calibration, presented in [START_REF] Tsai | A new technique for fully autonomous and efficient 3D robotics hand/eye calibration[END_REF] by Tsai and Lenz. They explain that this method has an exceptional case for a rotation of ±π around the rotation axis. In this case the resulting vectors of the additions of O i and C i are collinear for all distinct point sets i and eq.4.26 cannot be used. The rotation axis is then given directly by O i + C i and the rotation angle is π. Nevertheless, in practice it is complicated to verify this collinearity for all distinct point sets, due to the measurement noises of both modalities. For this reason and in order to use this approach regardless of its exceptional case, an avoidance mechanism is implemented. This mechanism consists in searching for the approximate rotation between the frames F C and F O before searching for the optimal rotation using eq.4.26 and eq.4.27. If the approximate rotation angle is near ±π, the points linked to F O are represented in an intermediate frame F I allowing to avoid the singularity. The rotation according to the method here above is then calculated between F C and F I . The final rotation between F C and F O can then be derived.

The approximate solution ( [START_REF] Nageotte | Registration and image-based control for robot-assisted medical interventions[END_REF]) to the registration problem is based on the definition of a frame F ei g that is linked to the point cloud. Three non-aligned matched points are used for definition of this frame with the vectors

u O = O 1 O 2 |O 1 O 2 | , w O = O 1 O 3 |O 1 O 3 | , v O = w O × u O , u C = C 1 C 2 |C 1 C 2 | , w C = C 1 C 3 |C 1 C 3 | , v C = w C × u C . The rotation matrices O R ei g = [u O , v O , w O ] and C R ei g = [u C , v C , w C ] represent the rotation
between F ei g and the frames F O and F C , respectively. The approximate rotation matrix between the frames F C and F O can thus be calculated with

C R O approx = C R ei g O R ei g T . (4.30)
Note that this method is referred to as approximate as it relies only on three matched points instead of all the available points and is thus highly sensitive to measurement errors on the chosen points. The rotation matrix C R O approx is then converted to the axis-angle representation in order to determine the rotation angle between the frames F C and F O . If this angle is within ±0.2 rad near ±π, the aforementioned method is near its exceptional case. In order to avoid the exception, the point cloud O is represented in an intermediate frame F I , rotated by -π around the approximate rotation axis. For this purpose the approximate rotation axis is multiplied with π and then converted to the rotation matrix I R O . The points O are then represented in the frame F I with 

I O = I R O O . ( 4 
C R O = C R I I R O . (4.32)

Determination of translation between the frames

The translation between the two frames is then obtained by computing eq.4.21 with the previously obtained rotation.

Registration point list

The matched points and their spatial distribution heavily influence the quality of the registration. It is therefore important to dispose of point sets that are spatially spread but not too distant to the MRI scanner isocenter as MR image quality (and thus quality of MRI measurements) decreases with increasing distance to the isocenter, due to magnetic field inhomogeneity.

Algorithm 1 shows the chosen approach for management of the point list. The maximal number of points has been set to 20. Arriving points are verified with respect to their distance to the MRI isocenter and the distance to the other points in the list. If the list is already full, it is tested if the arriving point would improve spatial distribution of the point list. If so, an existing point in the list will be replaced by the arriving point. The challenges in data fusion are grouped in imperfection, correlation, inconsistency and disparateness of data. Imperfect data can either be uncertain, imprecise or prone to fusion errors due to different data granularity. Many data fusion algorithms rely either on independence of data or on prior knowledge of its cross-covariances in order to generate consistent estimates. An often encountered problem is that data may be correlated with an unknown covariance, e.g. the observations of different sensors observing different physical variables may be exposed to the same external noise biasing the measurements. If data correlation is not addressed, it can result in biased estimation. Spurious or conflicting data is grouped under the term data inconsistency. Data gathered by different types of sensors (physical sensors, human operators) is referred to as disparate data.

According to Khaleghi et al ., the most challenging problem is the inherent imperfection of data which is treated in most of the works on data fusion. From this research, different theories have emerged for representation of data imperfection, such as probability theory, fuzzy set theory, possibility theory, rough set theory and Dempster-Shafer evidence theory.

In this introduction, we will restrain the focus on probabilistic fusion methods as they are well adapted for our system and a presentation of all data fusion methods (as realized in [START_REF] Khaleghi | Multisensor data fusion: A review of the state-of-the-art[END_REF]) would exceed the scope of this work. In probabilistic fusion methods, data uncertainty is represented as probability distribution or density functions. These methods are also referred to as Bayesian Fusion as they rely on the Bayes estimator. The Kalman filter as a particular case of the Bayes filter as well as the approximations and techniques used for dealing with non-linear systems have been introduced in section 3. As the treated data fusion problem is neither high-dimensional nor a multi-target tracking application, we decided to choose a simple, easy-to-implement and well studied data fusion algorithm, which is the Kalman filter. Furthermore, as a random free-hand motion of the marker is tracked, we do not possess a reliable process model. Thus we assume a simple linear model for which the Kalman filter is an appropriate choice. The Kalman Filter algorithm and some of its tracking applications are presented in sections 3.1.1 and 3.1, respectively. The Kalman filter has already been used in different variations for multi-sensor fusion ([RDW91],

[LOCBR00], [START_REF] Drolet | Adaptable sensor fusion using multiple kalman filters[END_REF], [START_REF] Willner | Kalman filter algorithms for a multisensor system[END_REF]). The Information filter is another form of the Kalman filter but is more adapted to multi-sensor fusion problems than the Kalman filter itself. Mutambara derives the Information filter from the Kalman filter and presents its characteristics in great detail in [START_REF] Mutambara | Decentralized Estimation and Control for Multisensor Systems[END_REF]. Algebraically the Information filter is identical to the Kalman Filter, but instead of estimating a state directly, it estimates the amount of information about a state that is contained in a measurement (Fisher information). According to Mutambara, the main advantages of the Information filter over the Kalman filter are the following:

• The estimation equations for the Information filter are simpler than those for the Kalman filter and can be easily partitioned in order to use them for decentralized multi-sensor data fusion. • Initialization of the Information filter is very simple as the information estimates (matrix and state) can be easily set to zero information in the beginning. In practice though, in order to make the Information matrix invertible it is initialized with very small non-zero diagonal elements. • If the state dimension is smaller than the observation dimension (which is often the case in multi-sensor systems), then the matrices that have to be inverted in the Information filter are smaller than the matrices in the Kalman filter.

In [START_REF] Siciliano | Springer Handbook of Robotics[END_REF], Durrant-Whyte reveals the simplicity of the update stage of the Information filter as its main advantage over the Kalman filter: "For a system with n sensors, the fused information state update is exactly the linear sum of information contributions from all sensors". As a consequence, the Information filter is a highly flexible and robust algorithm that can deal easily with unavailable sensor measurements. This is a crucial point, as the presented workflow fuses information coming from two different modalities with very different acquisition rates (Figure 4.9). Despite its potential, the Information filter has not found many applications and is not very well covered in the literature. In [START_REF] Bar-Shalom | Estimation with Applications to Tracking and Navigation: Theory Algorithms and Software[END_REF] and [START_REF] Maybeck | Stochastic Models, Estimation and Control[END_REF] the Information filter is briefly presented. Grocholsky discussed the filter in more detail in the context of multi-sensor multivehicle systems [START_REF] Grocholsky | Information-Theoretic Control of Multiple Sensor Platforms[END_REF]). Another application of the Information filter presented by Prat in [START_REF] Prat | Sensordatenfusion und Bildverarbeitung zur Objekt-und Gefahrenerkennung[END_REF] is the fusion of data of a laser scanner and a camera in the context of object and hazard detection in driving context.

Information filter

The Information filter is simply a formulation of the Kalman filter that uses information measurements to represent the states of the system. The implementation of the Information filter proposed in [START_REF] Mutambara | A formally verified modular decentralized robot control system[END_REF] and [START_REF] Mutambara | Decentralized Estimation and Control for Multisensor Systems[END_REF] was selected. Analogically to the Kalman filter (section 3.1.1), the following linear process model (without control input) is assumed

x(k) = A(k) x(k -1) + n(k -1) , (4.33) 
where x(k) is the process state and A is the transition matrix (relating process state from time k -1 to k), with a measurement equation Instead of the state estimate x and the estimate error covariance matrix P , that are the internal variables of the Kalman filter, the Information filter uses the information state vector ŷ and the information matrix Y . These variables are related through the following equations:

z(k) = H (k) x(k) + m(k) . ( 4 
Y = P -1 (4.37) ŷ = Y x . (4.38)
The prediction and estimation steps of an Information filter for a system of N sensors can then be represented as follows (from [START_REF] Mutambara | Decentralized Estimation and Control for Multisensor Systems[END_REF]):

Prediction Step ŷ(k|k -1) = L(k|k -1) ŷ(k -1|k -1) (4.39) Y (k|k -1) = A(k) Y -1 (k -1|k -1) A T (k) +Q(k) -1 (4.40)
with local propagation coefficient L(k|k -1) given by:

L(k|k -1) = Y (k|k -1) A(k) Y -1 (k -1|k -1)

Estimation

Step

ŷ(k|k) = ŷ(k|k -1) + N j =1 i j (k) (4.41) Y (k|k) = Y (k|k -1) + N j =1 I j (k) (4.42)
with local information state contribution i j (k) and the associated information matrix I j (k):

i j (k) = H T j (k) R -1 j (k) z j (k) I j (k) = H T j (k) R -1 j (k) H j (k) (4.43)
The algorithm is initialized with initial information estimates ŷ(k|k) and Y (k|k) and starts with the prediction step. One can observe that the estimation of the information state is an algebraic sum of the information contributions of the different sensors and of the predicted information state (eq.4.41, eq.4.42). This is why the Information filter is so well adapted to multi-sensor fusion problems and why it is used in our case.

Information filter for fusion of tracking data from RGB-D sensor and MR images

Adapted to our application the state of the process corresponds to the marker pose x Pose = [x, y, z, α, β] T and its derivative :

x(k) = x Pose (k) ẋPose (k) (4.44)
A constant velocity model is chosen as the process model. Thus the transition matrix is given by:

A = I 5×5 δt • I 5×5 0 5×5 I 5×5 , (4.45)
where δt is the time step between 2 acquisitions of the RGB-D sensor , I 5×5 is a 5×5 identity matrix and 0 5×5 is a 5×5 zero matrix. The marker pose is directly measured in the MR and RGB-D images. Their observation matrices are therefore equal:

H = H MRI = H RGB-D = I 5×5 0 5×5 (4.46)
In our two sensor case, the sums of the local information states and information matrices (eq.4.41 and eq.4.42) can be expressed as:

N j =1 i j (k) = i MRI (k) + i RGB-D (k) (4.47) = H T MRI (k) R -1 MRI (k) z MRI (k) + H T RGB-D (k) R -1 RGB-D (k) z RGB-D (k) N j =1 I j (k) = I MRI (k) + I RGB-D (k) (4.48) = H T MRI (k) R -1 MRI (k) H MRI (k) + H T RGB-D (k) R -1 RGB-D (k) H RGB-D (k)
In case of an unavailable measurement due to a failed detection for example, the corresponding term of the unavailable sensor measurement is simply retracted from these sums.

The impact of the sensors on the Information filter can be controlled by weighting their measurement noise covariance matrices (R MRI and R RGB-D ). The optimal weights for both sensors have been determined experimentally.

System architecture

Communication between the MRI console PC and an external PC is performed in the same manner as described in section 2.7. Additionally, the connection between RGB-D sensor and 

Results

Results for the registration quality between RGB-D sensor and MRI frame are presented. Furthermore, the maximal tracking speed and the tracking accuracy for the workflow presented in this chapter are experimentally evaluated. The workflow is based on marker detection in sagittal oblique and in transversal oblique image planes, that are acquired alternately with acquisition frequency of 0.83 Hz. The marker is simultaneously detected on RGB-D images with an acquisition frequency of 30 Hz. The marker pose is estimated by an Information filter, based on measurements from both modalities. The MR image planes are aligned to the marker pose that is predicted by the Information filter.

Timing analysis of real-time image plane alignment

The combined use of MR images and measurements from an RGB-D sensor adds new elements to the timeline presented in section 2.9.1:

• Image acquisition time of the RGB-D sensor (t A )

• Time for image processing of the RGB-D images (t I )

• Time for data fusion of the measurements from MR images and from RGB-D images and for marker pose prediction (t F )

A multi-thread implementation has been chosen, allowing to perform RGB-D image reception and processing in parallel to the MR image reception and processing. The Information filter algorithm is triggered after the image processing of the RGB-D images and fuses the available measurements. Thus, compared to the initial workflow, the addition of the RGB-D sensor does lengthen the overall processing time for calculation of an image plane alignment command only by the data fusion time (t F ).

The analysis of more than 2000 fusion and prediction steps revealed that the average additional processing time due to the use of the Information filter is less than 250 µs and thus negligible. Hence, the image update time for MR images remains the same than for the initial workflow (1200 ms).

A recapitulatory timeline of the processing and communication times is presented in Figure 4.15. It would be possible to acquire one MR image after another without any delay, as the measurements of the RGB-D sensor allow to control the MR image planes at a higher frequency. Nevertheless, if no delay is introduced, accounting for an MR image based measurement would be impossible, during an occlusion between the marker and the RGB-D sensor.

Online registration evaluation

The online registration presented in section 4.4, with the aim of determining the rigid transformation between the MRI scanner and the RGB-D sensor frames is evaluated. This transformation is mandatory to translate the RGB-D data in the MRI frame of reference where the tracking 4.7. Results is performed. Registration quality is assessed with the rmse between a point set acquired in the MRI frame and the corresponding one in the RGB-D sensor frame back projected to the MRI frame with the rigid transformation to evaluate. The registration quality of 14 workflows (mean duration 1.5 min) performed by a user displacing the tracking target in a free-hand-motion was evaluated. During each workflow the rigid transformation between MRI and RGB-D sensor frames is refined over time due to updates in the pointlist used for registration. The transformation resulting in the best rmse for each workflow is determined (Figure 4.16a). Hence, a mean registration error of 7.04 mm is obtained for the 14 workflows.

A typical evolution of the root mean square error (rmse) during a workflow is presented in Figure 4.16b. The rigid transformation is updated when an update of the pointlist improves the rmse. Hence, the rmse improves with every new transformation update. Note that, the computed rmse characterize the registration quality and not the overall tracking performance of the system which is evaluated in section 4.7.3. An initial rigid transformation was typically obtained after approximately 70 s, depending on the performed free-handmotion of the user. 

Experimental evaluation with testbed

Evaluation of the maximal tracking speed

The maximal tracking speed is determined experimentally in the same manner as in section 2.9.3. Note that the maximal tracking speed for the hybrid workflow is only limited by the command acknowledge rate of the MRI interface as the marker can always be tracked in the RGB-D images. Even if the marker is not depicted in one or several MR images it is either continually tracked with the RGB-D sensor or can be re-detected easily after an occlusion in the RGB-D images. Hence, a maximal tracking speed does not exist in the same manner as for the other workflow versions, where the marker cannot be tracked anymore and a reinitialization step has to be performed. The maximal tracking speed for the hybrid workflow is thus assumed to be the speed at which the MRI console PC cannot align the MR image planes to the marker anymore. The translation curve of the performed oscillatory motion on the testbed is depicted in Figure 4.17. The achieved maximal tracking speed is 45.3 mm/s which is more than twice the value of the initial workflow. Figure 4.17: Experimental determination of the maximal tracking speed. The oscillatory motion is performed with increasing speed until the marker cannot be tracked in the MRI images anymore. The last edge of the motion before the tracking is interrupted is used for maximal speed computation. Maximal speed in this case is 45.3 mm/s.

Accuracy assessment

In order to evaluate the workflow combining MR image based tracking and tracking based on the RGB-D sensor, the tracking performance is assessed with the same setup as used for the initial and the Kalman extended workflow (section 2.8.2). Registration between the RGB-D sensor and the MRI frame was achieved through an initial coarse 3D rigid transformation between both frames by comparing RGB-D and MRI position measurements. The transformation was then adjusted interactively until the image planes are well aligned to the marker. The performed motion and tracking are presented in Figure 4.18 for the different position components of the marker pose. The measured mean speed of the motion is determined on the translation curve of the testbed and is approximately 15.1 mm/s. No step pattern or overshoot is observed due to the image acquisition rate of the RGB-D sensor and the predictions of the Information filter. Also, the curves of the x-and z-coordinate follow the real trajectory closely. The curve of the y-coordinate reveals a systematic error of about 3.5 mm due to an inaccurate manual registration between the frame of the RGB-D sensor and the MRI The overall rmse of the position tracking is 5.7 mm which can also be computed separately for every component: the rmse is 0.77 mm, 3.91 mm and 4.04 mm for the x-, y-and zcoordinates, respectively. Note that the motion has almost the same speed than the motion for experimental evaluation of the Kalman extended workflow in section 3.4.3. The rmse is higher though. This can also be partly explained with the systematic registration error along the y-axis which can be observed in the rmse for this component. Minor registration errors along the other axes may also affect the result. A failed detection in the MR image after 10.8 s, due to an artifact separating the marker in half, also influenced the rmse negatively as the MRI part lacks for the estimation of the marker pose. Furthermore, the quantization step of the RGB-D sensor at a distance between 1.3 and 1.5 m (∼ 7 mm) can influence the rmse along the z-axis.

Another point is the prediction of the marker pose to which the following image plane is aligned. Currently the prediction of the Information filter is performed for the acquisition of the next RGB-D sensor image (1/30 s in the future). The MR image plane alignment command sent to the MRI console PC is thus also based on a prediction for the time of the next RGB-D sensor image. This results in an MR image plane aligned to a predicted marker pose that has been made for a time before the MR image acquisition. This slight temporal shift of the image plane alignment quantifies in a slight spatial shift of the image plane with respect to the actual marker position. This effect may also contribute to the higher rmse of this workflow version with respect to the Kalman extended workflow. This has been initially implemented in this manner as the time limit after which the MRI console PC does not acknowledge a command anymore is not exactly known (Figure 4.19). Instead, the image plane alignment command should be based on the prediction of the marker pose for the time of the next MR image acquisition. For this reason, the transmission and acknowledge time for the image plane alignment command, denominated t tr 2 in section 2.9.3, must be experimentally determined. A prediction can then be made for the time of acquisition of the next MR image plane and the corresponding command can be sent to the MRI console PC before the acknowledgment limit.

Conclusion

In this chapter has been presented the use of an RGB-D sensor integrated in an MR image plane alignment workflow. The RGB-D sensor can be used in an MRI room without any functionality problems and without affecting MR image quality. The few image artifacts linked to the use of the RGB-D sensor are caused by the USB connection cable passed through the waveguide of the MRI room but do not interfere with the MR image-based detection of the marker.

A marker, trackable in both MR images and RGB-D images, is used in order to integrate the RGB-D sensor in the MR image-based workflow. The extension of the workflow with the RGB-D sensor allows to decouple the tracked marker motion from the slow image acquisition rate of the clinical MRI sequence. Much higher motion speeds than with the workflow versions presented in chapters 2 and 3 can be tracked. Furthermore, the tracking does not reveal any step pattern or overshoot as could be observed for the previous versions. No reinitialization step using a dedicated volume image is necessary as the marker can nearly always be re-detected with the RGB-D sensor.

The registration of the RGB-D sensor with the MRI is performed online in order to avoid an explicit time-consuming registration step. Moreover, the chosen approach allows to refine the determined transformation over time. An Information filter is used in order to fuse synchronous data from both modalities. This highly flexible algorithm makes the proposed workflow very robust against unavailable measurements.

The presented tracking workflow is thus highly reactive and can be used for research of the needle insertion point on the patient's skin combining the advantages of an active and passive tracking approach for MR image plane alignment. However it is highly sensitive to the quality of the registration between the MRI and RGB-D sensor frames.

Conclusion

Conclusions

In this work, a method for automatic image plane alignment in real-time is proposed for interventional MRI. Advantages of the proposed method are that it requires only little additional instrumentation, causes little material cost and minimizes the dedicated image acquisition tracking time.

The developed tracking method is based on a device combining a passive marker and resonant micro-coils for automatic image plane alignment in real-time. An image-based tracking algorithm and the software for its implementation with an MRI scanner were developed. Shortly, the method is based on the successive acquisition of two orthogonal image planes aligned to the marker axis, based on the marker detection in the previously acquired image.

A simulation program was implemented, allowing to evaluate the tracking performance in controlled and reproducible conditions. An MRI compatible testbed was used for experimental evaluation of the workflow. Currently, the proposed method allows to use the marker as an interventional imaging probe for dynamic alignment of two orthogonal MR image planes. It is thus possible to search interactively for the needle insertion point on the patient.

Due to the use of two orthogonal 2D MR image planes during tracking, only a partial knowledge of the marker pose is measured in each individual successive image plane. Given the current slow MR image acquisition rate, the impossibility to measure the displacement normal to the image plane strongly limits the performance of the object tracking. In order to improve the image plane alignment, the presented approach was thus extended with a Kalman filter in order to benefit from its optimal filtering, estimation and prediction characteristics. For this purpose, a formalization of the existing workflow was realized in order to include the Kalman filter in the control loop. As expected, use of the Kalman filter resulted in an improvement of the tracking performance during simulations and experimental validation. The Kalman filter performed well during weakly accelerated marker motions. Nevertheless, due to the slow MR image acquisition rate and the chosen constant velocity model for the marker motion, the Kalman filter reacts with overshoot when a sudden change in motion occurs. This can result Chapter 5. Conclusion in a marker loss during tracking.

The shortcoming of this method, common to all passive approaches, is its slow update rate and its dependency on the MR imaging sequence. In order to decouple the tracked motion from the MR image acquisition, an RGB-D sensor was integrated into the proposed tracking workflow. The sensor was chosen as it is a cost effective and easily implementable solution for direct measurements of the 3D pose of the marker. Furthermore, the RGB-D sensor can be used inside the MRI room. An online registration approach was implemented in order to facilitate a potential integration of the proposed system into the clinical workflow. As a consequence, no explicit registration step has to be performed before every intervention and after every position change of the RGB-D sensor. The integration of the RGB-D sensor to the existing workflow has been realized with an Information filter for data fusion of the measurements based on MR and RGB-D sensor images. In this manner, both modalities contribute to the estimation of the marker pose and the corresponding image plane alignment. Furthermore, due to the high acquisition rate of the RGB-D sensor, tracking robustness is greatly improved.

It has to be acknowledged that the purely passive image plane alignment workflow lacks of reactivity for fast and wide marker motions due to the low acquisition rate of the MR images. When the marker is moved at moderate velocities, this approach could be a practicable option for tracking. The combination of a passive and active tracking approach for image plane alignment in interventional MRI overcomes this restrained reactivity and has shown encouraging results. The flexible fusion of the measurements of both modalities allows thus to increase the robustness of the image plane alignment by combining the individual strength of both methods.

Perspectives

MR image based detection of the marker is still subject to ongoing work. In order to improve the robustness of the object segmentation and image interpretation, the marker and the patient's body can be segmented using an active contour method such as a snake algorithm. Their parametrization with superellipses is expected to result in a higher robustness and accuracy of the image segmentation. Tests for the real-time compatibility of such an approach have to be carried out. Besides, the active contour segmentation is expected to strengthen the marker segmentation in the initialization volume images, based on the passive marker alone without the micro-coils.

The timing analyses of the different workflow versions have shown that the communication times between the PCs cannot be easily estimated and are inconstant, due to the use of no realtime Ethernet protocol and computer systems. The image plane alignment performance could be greatly improved if the marker pose could be predicted for the middle of the next image acquisition period. Hence, the implementation of the developed workflows on the MRI console PC would allow to avoid transmission times. Eventually, this would lead to an acceleration of

Perspectives

the image update rate and to a facilitation of the implementation of the workflows. Therefore, simulations at an hypothetical 2 Hz imaging frequency have been performed and shown the interest of working with the highest possible MR imaging frequency. In this context, an optimization of the MR imaging sequence could be considered. A good compromise between image quality and acquisition time should be found in close collaboration with the physicians.

The proposed system can be used in order to search interactively for the needle insertion point on the patient's skin. A marking device must thus be attached to the tracking device. For this reason, further developments for the optimization of the marker are necessary.

In this work, the passive marker design was chosen so that it corresponds to a simple, already sterile syringe filled with a contrast agent dilution. Further work on an optimal compact marker design is required, especially to propose a marker design compatible with its use for tracking of an interventional needle. Ultimately such needle tracking marker could be combined with a needle artifact detection algorithm in order to precisely monitor the trajectory of the MR-compatible flexible needle.

The image position of an MR image plane defines the x, y, and z coordinates of the center of the central image voxel. The orientation of an MR image plane is defined through direction cosines given in the row and column vectors of the F M frame.

A.2 Plane conventions

In MRI, in contrast to CT scan, not only volume projection can be acquired but thin image planes that are fully orientable in space. The basic orientations of a scan plane are defined as transversal, sagittal and coronal (see Every image plane is described by 3 orthogonal vectors, namely r ow, col and nor . These vectors describe respectively the row, column and normal direction of an image plane. The r ow vector is oriented along the horizontal image axis, the col vector is oriented along the vertical image axis and the nor vector is described by their cross product. An image plane that is rotated around one of the principal axes of the MRI scanner is called a simple oblique image plane (see Figure A.3). In this work are mainly used simple oblique transversal and sagittal image planes. Their orientations are described by the angles al pha and bet a. Note, that there are also double oblique image planes which are rotated around two of the principal axes of the MRI scanner. This type of image plane is not used during this work.

A.2. Plane conventions Transversal image plane

A pure transversal image plane is described by the following vectors, represented in the MRI scanner frame:

r ow =    1 0 0    col =    0 1 0    nor = r ow × col =    0 0 1    (A.1)
A simple oblique transversal image plane is rotated around the x-axis by an angle β and has thus the following image plane vectors:

r ow =    1 0 0    col =    0 cos(β) si n(β)    nor = r ow × col =    0 -si n(β) cos(β)    (A.2)

Sagittal image plane

A pure sagittal image plane is described by the following vectors, represented in the MRI scanner frame:

r ow =    0 1 0    col =    0 0 -1    nor = r ow × col =    -1 0 0    (A.3)
A simple oblique sagittal image plane is rotated around the z-axis by an angle α and has thus the following image plane vectors:

r ow =    -si n(α) cos(α) 0    col =    0 0 -1    nor = r ow × col =    -cos(α) -si n(α) 0    (A.4)
Note, that the negative components of A correspond to an inversion of the observed scene on the image plane. This transformation can be represented in a matrix P , when homogeneous coordinates are used for the points ( Ã, Ã ). The transformation can thus be written as

à = P à       s x s y s z s       =       1 0 0 0 0 1 0 0 0 0 1 0 0 0 -1 f 0             x y z 1      
where the Cartesian coordinates of the point A can be obtained through division of the homogeneous coordinates by their scale factor s:

A =    s x s s y s s z s   

B.2 Transformation from camera to image frame

The image frame F i = {u, v, w} has its origin in the upper left corner of the image plane. Its coordinates are given in pixels. The image plane is intersected by the z axis of the camera frame in the principal point P p = (u 0 , v 0 , w 0 ). In order to convert the coordinates from the camera frame, given in mm, to coordinates in the image frame, given in pixels, the parameters k u and k v are introduced. They correspond to the pixel size of the image sensor ([pixels/mm]) for the u and v axes, respectively. Thus, the transformation from the camera frame to the image frame can be written as:

   u v w    =    k u 0 0 0 k v 0 0 0 0       1 0 0 0 -1 0 0 0 -1       x y z    +    u 0 v 0 w 0    (B.1)
This transformation represents a rescaling, rotation and translation. As the w component will always be 0 in the image frame, the third line of this transformation can be discarded. The combined transformation between the 3D camera frame and the 2D image frame corresponds thus to:

   s u s v s    = K       x y z 1       (B.2) B.3. The intrinsic parameters with K =    k u 0 0 u 0 0 -k v 0 v 0 0 0 0 1    (B.3)

B.3 The intrinsic parameters

When the two transformations K and P are multiplied, we obtain the following transformation matrix:

K P =     k u 0 -u 0 f 0 0 -k v -v 0 f 0 0 0 -1 f 0     (B.4)
By multiplying the obtained transformation with -f (which doesn't change the transformation due to the use of homogeneous coordinates), the camera matrix I c is obtained:

I c =    α u 0 u 0 0 0 α v v 0 0 0 0 1 0    (B.5)
where α u = -k u f and α v = k v f . I c gives the relationship between the 3D point A and its projection onto the image plane in image coordinates i A = (u, v):

   s u s v s    = I c       x y z s       (B.6)
If camera coordinates such as

x c = x z y c = y z z c = 1 (B.7)
are used, the relationship between these camera coordinates and their image coordinates is given by the equations

u = α u x c + u 0 (B.8) v = α v y c + v 0 (B.9)
This can be written in matrix form as

   u v 1    = C    x c y c 1    (B.10)
with the calibration matrix C , containing the intrinsic parameters of the camera:

C =    α u 0 u 0 0 α v v 0 0 0 1    (B.11)
I c can thus be decomposed in a projective transformation and the calibration matrix

C I c =    α u 0 u 0 0 α v v 0 0 0 1    C    1 0 0 0 0 1 0 0 0 0 1 0    (B.12)
Note that in this model, perfect orthogonality between the u and v axes is assumed and thus no skew factor is introduced.

If radial distortion of the camera sensor is accounted for, equations B.8 and B.9 have to be replaced by:

u = α u x c + u 0 + K 1 r 2 (u -u 0 ) (B.13) v = α v y c + v 0 + K 1 r 2 (v -v 0 ) (B.14)
where r 2 = (uu 0 ) 2 + (vv 0 ) 2 is the squared distance of the point i A = (u, v) from the principal point P p in the image frame.

B.4 The extrinsic parameters

In order to represent an observed point from the surrounding world in the camera frame, the transformation between the world and the camera frame must be known. This transformation corresponds to a rotation c R w and a translation c T w , which can be represented in a homogeneous matrix (see Fig.

B.1b). c M w = c R w c T w 0 1 (B.15)
The represented 3 rotations and 3 translations inside the homogeneous matrix are the extrinsic parameters of the camera. 

Thread 1: Creation of GUI and management of event-loop

The first thread creates the graphical interface and executes its inherent event-loop. The eventloop handles user interactions with the program (button clicks, etc.) and communication between other threads. In the context of the presented program it manages the displaying of the MR images, MR image data and sent commands on the GUI.

Thread 2: MR image reception

This thread opens a socket connection as server using the boost library and waits for a connection of the MRI console PC. When an MR image is acquired and reconstructed it is represented on the GUI of the MRI console PC. Synchronously, the MRI console PC connects as client on the socket server and transmits the MR image and its (proprietary) data header as byte stream to the external PC. The byte stream is reassembled on the external PC in order to obtain the MR image and the data header. After reconstruction of the image and data they are sent to Thread 1 in order to be displayed on the GUI. Furthermore, the image is processed by a marker detection algorithm that is based on functions from the ITK library. If the marker is detected, its 3D pose is reconstructed based on the MR image orientation and position. For vector and matrix calculations, the OpenCV library is used. Finally, the ASCII command string based on the detected marker pose is created and sent to thread 3. The thread returns then to waiting for a connection of the MRI console PC.

Thread 3: Sending of commands

Thread 3 manages sending of image plane alignment commands to the MRI console PC. When it receives an ASCII command string from another thread, a socket connection is established between both PCs and the image plane alignment command is transmitted. Depending on the format of the command string, the MRI console PC answers with an acknowledgement message or not. The acknowledgment message indicates if the command has been executed or refused.

The previously presented threads allow to implement the functionalities of the first version of the workflow, that performs MR image plane alignment, based on MR images, only. Communication between the threads is performed using the signal/slots mechanism proposed by Qt. This mechanism allows to define signals and slots that are linked to objects. During initialization of the program, the connections between signals and slots of different objects/threads are established. During program execution, a signal can then be emitted asynchronously, meaning that the emitting thread continues its work right after emitting its signal without caring by whom it is received.

C.4 Version 3: MR image plane alignment based on MR images and RGB-D images

The third version of the program performs MR image plane alignment based on marker detection in the MR images and in images from an RGB-D sensor. The marker pose is determined based on both modalities and the obtained measurement is then fused by an Information filter. The Information filter then generates a prediction of the marker to which the MR image plane is aligned. Hence, version 1 of the program can be used as baseline and extended through the missing functionalities (Figure C.3). For this purpose, several new threads are created and presented in the following. Moreover, threads 1 and 2 of program version 1 have to be adapted.

Adaptation of thread 1

In order to display the RGB and depth images, two windows are added to the GUI.

Adaptation of thread 2

In order to allow for data fusion, an Information filter is implemented in thread 6. In order to work correctly, the Information filter must receive the measured marker pose from both modalities. For this purpose, the detected marker pose from the MR images has to be sent to the Information filter in thread 6. Thread 2 keeps thus its essential functions with two changes. First, the detected marker pose has to be sent to the Information filter before thread 2 starts waiting for a new MR image. Second, the image plane alignment command is no longer sent from thread 2.

Thread 4: Reception of images from RGB-D sensor

The OpenNI framework is used in combination with the PCL for reception of the RGB and depth images from the RGB-D sensor. The PCL proposes a grabber interface providing access to different RGB-D sensors and their drivers. Shortly, callback functions of the PCL are connected to the OpenNI framework that is the interface to the RGB-D sensor. In this manner it is possible to receive different data types from the RGB-D sensor such as RGB images, depth images or point clouds. In the case of this program, a callback function providing synchronously acquired RGB and depth images is chosen. Furthermore, an option is set so that the depth image is directly registered to the RGB image. The received images arrive at 30 frames per second with a resolution of 640×480 pixels.

Thread 4 receives thus continuously RGB and depth images and saves to shared variables. When an image couple is received Thread 4 notifies thread 5, the image processing thread, that there is data to process. When notified thread 5 recovers the data from the shared variables and starts to work. The shared data is protected through a mutex. Image processing cannot Pour évaluer la précision du suivi, un mouvement de 9 mm/s et 2 • /s de vitesse de translation et de rotation a été simulé. La racine carrée de l'erreur quadratique moyenne obtenue pour la position est de 5.54 mm.

Pour l'évaluation expérimentale de la précision du suivi un mouvement d'une vitesse moyenne de 8.81 mm/s est réalisé sur le banc d'essai. L'orientation du marqueur est constante au cours du temps. L'erreur rmse obtenue pour le suivi est de 7.38 mm.

Conclusion

Un processus de suivi automatique basé sur une séquence IRM a été développé. Seule une image dédiée est utilisée lors de l'initialisation. Des simulations et expériences ont été réalisées pour l'évaluation de la précision et la vitesse maximale. Les résultats obtenus montrent des imprécisions dans le suivi.

D.3 Filtrage de Kalman pour l'alignement des plans image en IRM interventionnelle

Pour améliorer les performances de suivi du marqueur, un filtre de Kalman est utilisé pour l'alignement des plans image. Les notations x(k|k -1) et x(k|k) définissent l'état prédit pour l'instant k, étant connu les mesures jusqu'à l'instant k -1 et l'état estimé à l'instant k, étant connu les mesures jusqu'à l'instant k, respectivement. La même notation est utilisée pour l'estimation de la matrice de covariance de l'erreur. L'algorithme est initialisé avec les estimations initiales pour x(k -1|k -1) et P (k -1|k -1) et démarre avec l'étape de prédiction.

Alignement des plans image avec filtrage Kalman

Le processus de suivi temps-réel avec filtrage Kalman utilise la même séquence IRM clinique pour l'acquisition des images. L'alignement des plans image fonctionne différemment du Pour évaluer la précision du suivi, un mouvement de 9 mm/s et 2 • /s de vitesse de translation et de rotation a été simulé. La racine carrée de l'erreur quadratique moyenne est de 3.05 mm pour la position.

Pour l'évaluation expérimentale de la précision du suivi un mouvement d'une vitesse moyenne de 17.5 mm/s est réalisé sur le banc d'essai. L'orientation du marqueur est constante au cours du temps. L'erreur rmse obtenue pour le suivi est de 3.7 mm.

Conclusion

Grâce à l'utilisation du filtre de Kalman, les imprécisions du suivi observées pour le processus initial ont pu être atténuées. De plus la vitesse maximale du suivi est plus de deux fois supérieure grâce au filtre de Kalman. Néanmoins dû au modèle à vitesse constante utilisé pour le filtre de Kalman et en raison de la fréquence d'imagerie très basse (0.83 Hz), des dépassements peuvent être constatés. Dû à cette limitation, l'ajout d'un capteur à haute fréquence externe au scanner IRM a été décidé.

D.4 Extension du processus par un capteur RGB-D

Un capteur RGB-D a été choisi pour améliorer le processus de suivi précédemment présenté. Ce capteur va permettre de mesurer à haute fréquence la pose 3D d'un marqueur dans le Pour la détection du marqueur dans les images du capteur RGB-D, celui-ci est équipé de deux balles à ses extrémités. La détection du marqueur avec le capteur RGB-D consiste à seuiller l'image RGB et à y segmenter les balles pour ensuite déterminer leur position 3D grâce à l'image de profondeur correspondante.

Alignement des plans image hybride utilisant scanner IRM et capteur RGB-D

Le processus de suivi temps-réel hybride utilise la même séquence IRM clinique pour l'acquisition des images. Le principe est de combiner les mesures de la caméra et les détections dans les images IRM. Dans une première phase, le suivi du marqueur est réalisé en utilisant uniquement l'imagerie IRM. Pendant cette étape, la position du marqueur est détectée en synchrone dans les images IRM et par le capteur RGB-D afin de réaliser le recalage entre les deux modalités. Par la suite, les mesures des deux modalité sont fusionnées pour repousser les limites de chacun des dispositifs. Comme la qualité du recalage entre les deux modalités (capteur RGB-D, IRM) dépend fortement des points utilisés, une approche de recalage en ligne a été implémentée. Celle-ci permet d'actualiser la liste des points utilisés pour le recalage au cours du temps. En fonction des actualisations de cette liste, la transformation entre les systèmes de coordonnées des deux modalités est recalculée et améliorée au cours du temps pendant le suivi.

Algorithme du filtre d'Information

Pour décrire l'algorithme du filtre d'Information, le même système contrôlé, discret pour le filtre de Kalman est supposé: 

= H T MRI (k) R -1 MRI (k) H MRI (k) + H T RGB-D (k) R -1 RGB-D (k) H RGB-D (k)
Dans le cas d'une mesure non disponible d'un des 2 capteurs (dû à une erreur de détection, p.ex.), le terme correspondant est retiré de la somme. L'impact de l'information des 2 capteurs peut être pondéré par les matrices de covariance du bruit de mesure (R MRI et R RGB-D ).

Résultats

L'évaluation du recalage est effectué effectué sur 14 séquences de suivi (durée moyenne de 1.5 min) où un utilisateur réalise un mouvement libre. La qualité du recalage est évaluée avec la racine carré de l'erreur quadratique moyenne (rmse) entre les points acquis dans le système de coordonnées de l'IRM et les points acquis dans le système de coordonnées du capteur RGB-D reprojetés dans le système de coordonnées de l'IRM par la transformation à évaluer. Pour l'approche de recalage en ligne implémentée, l'erreur rmse s'améliore au cours du temps. Les meilleures erreurs obtenues à la fin de chaque processus ont été comparées. L'erreur moyenne de recalage est de 7.04 mm. En moyenne, la première transformation entre les deux systèmes de coordonnées a pu être obtenue après 70 s, dépendant du mouvement réalisé par l'utilisateur. Pour l'évaluation expérimentale de la précision du suivi, un mouvement d'une vitesse moyenne de 15.1 mm/s est réalisé sur le banc d'essai. L'orientation du marqueur est constante au cours du temps. L'erreur rmse obtenue pour le suivi est de 5.7 mm.

D.5. Conclusion Conclusion

L'utilisation hybride du capteur RGB-D et des images IRM permet de découpler la fréquence du suivi de la fréquence d'imagerie de la séquence clinique IRM. Or, la vitesse maximale du suivi est plus que 2 fois plus élevée que pour les processus de suivi précédents. 

D.5 Conclusion

Conclusions

Figure 1 :

 1 Figure 1: (a) Interventional MRI environment: physician inside the MRI room performing the intervention and technologist at the MRI console in the MRI control room. (b) Intervention in MRI with the physician lying inside the magnet to advance the needle based on the images displayed in real-time. The physician uses sign language for communication with the technologist in the MRI control room.

Figure 1

 1 Figure 1.1: Interventional MRI scanners. (a): Double donut MRI scanner (Signa SP, GE, Little Chalfont, UK). Reprinted from [SGKU02]. (b): MRI scanner with horizontal gap (Panorama, Philips, Best, Netherlands). Reprinted from [htt13a]. (c): Open bore MRI scanner (MAG-NETOM Espree, Siemens AG, Erlangen, Germany) with the physician accessing the patient through the tunnel opening.

Figure 1 . 2 :

 12 Figure 1.2: Images of a liver biopsy under MRI-guidance. The image planes at the left and right are orthogonal to each other and aligned to the main axis of the needle. The image plane in the middle is oriented perpendicular to the needle axis. The needle artifact is indicated with yellow arrows.

Figure 1 . 3 :

 13 Figure 1.3: Gradient measurement using a 3D Hall sensor. (a): The sensor and the conditioning circuit. (b): The dedicated bipolar magnetic gradient pulse and the synchronization signal used for gradient measurements. Reprinted from [SKH + 13].

Figure 1

 1 Figure 1.4: Gradient measurement using the Faraday effect. (a): The polarization plane in an optically active material is rotated by an angle θ, depending on the strength of the local magnetic field. The position of the sensor can thus be determined according to the transmitted light. (b): Prototype of a Faraday sensor connected to an optical fiber cable. Its small size allows to integrate it into a catheter. Reprinted from [BUS + 06].

Figure 1 . 5 :

 15 Figure 1.5: Commercial solution from Robin Medical (Baltimore, MD) using pick up coils for gradient measurement. (a): Three orthogonal coils integrated into a cube sensor or into a microsensor for integration into a catheter. (b): Working principle of the EndoScout system: the system compares the emitted and measured gradient signals, determines position and orientation of the sensor and sends an image plane alignment command to the MRI console PC. Reprinted from [htt13b].

Figure 1 . 6 :

 16 Figure 1.6: Catheter tracking with RF coils. (a): Catheter with three integrated RF coils connected via coaxial cables to the MRI receiver unit. (b): In-vivo tracking experiment using an active catheter with one coil (green cross). Reprinted from [BVZ + 04].

Figure 1 . 7 :

 17 Figure 1.7: Optical tracking of needle insertion (a): Disposition of the CCD cameras and the laser pointing device in the MRI room. (b): Needle insertion point indicated by a laser pointer. The needle is tracked by the camera with a infrared LED attached to its distal end. (c): A calibration frame, visible for the cameras and for the MRI is used for permanent registration of the camera system with the MRI scanner. Reprinted from [VBR + 07].

Figure 1

 1 Figure 1.8: Passive catheter tracking using a magnetized ferromagnetic marker and the selective excitation method. (a): Transversal (left) and sagittal (right) images of a ferromagnetic sphere marker. (b): In-vivo tracking experiment showing the initial (left) and the final (right) position of a catheter with a ferromagnetic marker at its tip. Reprinted from [FMBM08].

Figure 1 . 9 :

 19 Figure 1.9: Passive tracking using a contrast agent-filled stereotactic frame. (a): Stereotactic frame made of acrylic plastic with seven embedded contrast agent-filled glass cylinders and a corresponding MR image of the cross section of the frame. (b): The image plane follows the motion of the stereotactic frame. Reprinted from [DSF + 07].

Figure 1 Figure 1 . 11 :

 1111 Figure 1.10: Passive needle tracking using a commercially available prostate biopsy passive marker. (a): Device for prostate biopsies (top) and detail of passive marker with needle (bottom). (b): Corresponding MR images during phantom experiment with the needle aligned image plane (left). The two tracking planes (yellow) are depicted at the right. Reprinted from [dORB + 08a]. (c): Extension of the marker allowing to track motions along its main axis. Reprinted from [dORB + 08b]. (d): Extension of the marker allowing to track rotations around its main axis. Reprinted from [MKS + 11].
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 112113 Figure 1.12: Catheter tracking with a wire loop through which current is led. (a): The conducting wire is wound helically around the catheter. (b): Comparison of the catheter visibility in a pig study without current (left) and with 150 mA (right). Reprinted from [GAB + 97].

Figure 2

 2 Figure 2.1: (a): Micro-coil wound around a plastic tube that is filled with contrast agent solution. (b): Passive marker consisting of a plastic tube that is filled with the same contrast agent solution. (c): Assembled MRI marker with two micro-coils at both endings of the passive marker.

Figure 2 . 2 :

 22 Figure 2.2: Typical initialization images using low-flip angle volume images (ST 100 mm, flip angle 1 • ) and micro-coils (a) or volume images (ST 100 mm, flip angle 50 • ) and the passive marker only (b).

Figure 2 . 3 :

 23 Figure 2.3: Principle of Workflow: two orthogonal image planes, transversal (green border) and sagittal (red border) are alternately acquired. The 3D marker pose is detected on the image plane. A marker aligned orthogonal image plane is calculated and a corresponding command is sent to the MRI console PC for acquisition of the next image plane.

Figure 2 . 4 :

 24 Figure 2.4: Segmentation of micro-coils in a low-flip angle volume image with (a) -the initial low flip angle volume image, (b) -its phase correlation with the template micro-coil image and (c) -the final detected position of the micro-coils with the derived orientation of the marker.

Figure 2 . 5 :

 25 Figure 2.5: Segmentation of the passive marker in a volume image (a). A first threshold is applied (b) and the biggest object is deleted from the original image (c). A second threshold is then applied allowing to separately segment the bright marker from the hand holding it. The marker is then found through a size criterion (d).

Figure 2 . 6 :

 26 Figure 2.6: Passive marker detection in volume images using an active contour method. The contour is initialized near the edges of the image (a) and starts then moving over the image. Results after 50 (b) and 150 (c) iterations are presented, where the latter matches well the outer body limits.

Figure 2 Figure 2 . 8 :

 228 Figure 2.7: Histogram-based determination of thresholds for the image depicted in (a). The thresholds are defined at the 0.65-quantile (T hr Low ) and the 0.9-quantile (T hr Hi g h ) of the histogram.

Figure 2 .

 2 Figure 2.10: Coordinate systems for image plane calculations. Coordinate systems F C and F I are linked to the upper left corner and the center of the image, respectively. Coordinate system F M is linked to the isocenter of the MRI scanner. The transformations between the implied coordinate systems are represented by the homogeneous matrices I M C and M M I .
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 211 Figure 2.11: Image plane positioning using different strategies. The first strategy (a-c) defines the position of the next image (blue point) plane at the intersection between the marker axis (red) and an orthogonal line (yellow) passing through the image plane center. In (c), marker position and new image plane position coincide and the marker will thus be in the center of the next image plane. A second strategy avoids this by defining the next image plane position at a pre-defined length l from the marker position (d).
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 212 Figure 2.12: Transversal (a) and sagittal (b) oblique image planes depicted with their col and r ow vectors in the MRI frame.

Figure 2 . 13 :

 213 Figure 2.13: Projection of the detected marker orientation on a simple oblique sagittal image plane to pure sagittal plane in order to determine the orientation of the next transversal oblique image plane. (a): Detected marker orientation γ on simple oblique sagittal plane. (b): Representation of corresponding orientation in 3D when accounting for orientation α of sagittal oblique plane. (c): Projection ( M m ) of the detected marker axis ( M m) to the y0z-plane in order to determine the orientation β of the next transversal oblique image plane.

Figure 2

 2 Figure 2.14: Projection of the detected marker orientation on a simple oblique transversal image plane to a pure transversal plane in order to determine the orientation of the next sagittal oblique image plane. (a): Detected marker orientation γ on a transversal oblique plane. (b): Representation of corresponding orientation in 3D when accounting for orientation β of transversal oblique plane. (c): Projection ( M m ) of the detected marker axis ( M m) to the x0y-plane in order to determine the orientation α of the next sagittal oblique image plane.

•

  Figure 2.15: System architecture of the implemented workflow: MRI images are sent to an external PC via an Ethernet connection. Image processing and image plane calculations are performed and the created commands are sent to the MRI console in order to align the scan planes.

Figure 2 .

 2 Figure 2.16: The simulation program simulates the MRI scanner and sends alternately transversal and sagittal oblique image planes to the tracking program. A 3D marker motion is simulated and computer-generated MR images are created according to the intersection between the requested plane from the tracking software and the marker pose.

Figure 2

 2 Figure 2.17: (a): MRI compatible testbed. (b): Testbed in MRI with attached marker.

Figure 2 .

 2 Figure 2.18: Connection scheme of the experimental setup using an MR compatible testbed and a programmable logic controller (PLC) inside a Faraday cage. All orange connections are fiber-optic cables. They pass through the walls of the Faraday cage and of the rooms through waveguides. The optical sensor is connected to the PLC with an RS-232 cable that passes inside the Faraday cage via a built-in filter of the cage.

Figure 2

 2 Figure 2.20: Schematic illustration of the calculation of the theoretical maximal tracking speed. (a): Marker (black) and transversal image plane (green) position at time step k, depicted in the x-0-y plane of the MRI frame. (b): Marker and sagittal image plane position (red) at time step k + 1, when there is no motion of the marker. (c): Marker and sagittal image plane position at time step k + 1, when the marker moves at 45 • between sagittal and transversal image plane.

Figure 2

 2 Figure2.21: Experimental determination of the maximal tracking speed. The oscillatory motion is performed with increasing speed until the marker cannot be tracked anymore. The last edge of the motion before the tracking is interrupted is used for maximal speed computation, which is here 8.81 mm/s.

Figure 2

 2 Figure2.22: Simulation results of a marker motion of 9 mm/s translational and 2 • /s rotational speed. The simulated marker motion is decomposed to every pose component and depicted with the green graphs (a-e). The tracked position and orientation values are depicted with the red graphs. A step pattern is observable for the x-,z-, α-and β components. They are typically not detectable on both transversal and sagittal image planes when the marker motion is normal to one of both. For the presented motion, the y-component is detectable on both image plane types and is thus steadily updated. The rmse for the pose components is depicted in (f).

Figure 2 .

 2 Figure 2.23: Marker motion along diagonal between x-axis and z-axis, tracked with pure sagittal (red) and pure transversal (green) image planes. At every time step t , the marker position (Pos(t )) is detected and the following image plane position (O Sag (t +1) or O Tr a (t +1)) is aligned accordingly. The x-and z-component of the marker pose cannot be updated on the sagittal and transversal image planes, respectively. As an image plane is positioned at the previously detected marker position, the unavailable pose component is replaced by its previous value.

Figure 2

 2 Figure2.24: Experimental results for tracking of a marker motion of approximately 8.81 mm/s. The marker motion is decomposed to every pose component and depicted with the green curves (a-c). The tracked position values are depicted with the red graphs. As for the simulations results, a step pattern can be observed for the x-and z-component. The outliers on the curve of the y-component are due to segmentation errors of the marker shape. The obtained rmse for the position components is presented in (d).

Figure 3

 3 Figure 3.1: 3D pose of the marker consisting in its 3D position given by [x, y, z] T and its orientation given by [α, β] T

  20) with a = 5, b = 5cos(β), c = 5 si n(β) , d = 5, e = 0 for transversal image planes and a = 5 |si n(α)|, b = 5cos(α), c = 5, d = 0, e = 5 for sagittal image planes.

Figure 3 . 2 :

 32 Figure 3.2: Principle of the Kalman extended workflow: two orthogonal image planes, transversal (green border) and sagittal (red border) are alternately acquired. The 3D marker pose is detected on the image plane and fed into the Kalman filter. The Kalman filter computes an estimate and a prediction of the marker pose. An orthogonal image plane aligned to the predicted marker pose is calculated and a corresponding command is sent to the MRI for acquisition of the next image plane.

Figure 3

 3 Figure 3.3: (a): Region of interest during image segmentation thanks to prior knowledge of the marker position according to the Kalman prediction. (b): Potentially remaining body parts after image segmentation may be problematic for the following image interpretation step.

Figure 3 . 4 :

 34 Figure3.4: Experimental determination of the maximal tracking speed. The oscillatory motion is manually performed along the testbed axis with increasing speed until the marker cannot be tracked anymore. The last edge of the motion before the tracking is interrupted is used for maximal speed computation. Maximal speed in this case is 21.2 mm/s.

Figure 3 . 5 :

 35 Figure3.5: Simulation results of a marker motion of 9 mm/s translational and 2 • /s rotational speed for tracking without and with Kalman filtering. The simulated marker motion is decomposed to every pose component and depicted with the green graphs (a-e). The tracked position and orientation values are depicted for tracking without (red graphs) and tracking with the Kalman filter (blue graphs). The observed step pattern for different components of the initial tracking workflow is compensated through Kalman filtering. Nevertheless, overshoot can be observed for the Kalman filter, due to its the constant velocity model and the low MR image acquisition frequency. The comparison of the rmse for the pose components is depicted in (f).

Fig. 3 .

 3 Fig. 3. Illustration of Kinect depth measurement.

Figure 4 . 1 :

 41 Figure 4.1: Depth measurement with an RGB-D sensor. The left-right shift of the observed dot pattern allows to reconstruct the depth of the reflecting surface (reprinted from [HSXS13]).

Figure 4

 4 Figure 4.2: RGB-D sensor Asus Xtion Pro Live with infrared projector, RGB camera, infrared camera and microphones (reprinted from [htt13c]).

Figure 4 . 3 :

 43 Figure 4.3: Type of problems that are currently under investigation through RGB-D sensorbased research (reprinted from [HSXS13]).

Figure 4

 4 Figure 4.4: (a): Kinect quantization step as function of target distance, given for a distance interval from 500 mm to 5000 mm (reprinted from [SJP11]). (b): Standard deviation of depth measurements as function of distance between sensor and object (black squares). The theoretical random error and resolution of individual depth measurements at different distances from the sensor are derived and depicted as red and blue graphs, respectively (reprinted from [KE12]).

  Figure 4.4. As currently an RGB-D sensor has not yet been used within an MRI room, compatibility tests of the sensor within a 1.5 T MRI environment are performed. 4.1.2 Use of an RGB-D sensor in the 1.5 T MRI environment Compatibility tests are performed in order to evaluate functionality and interference with MR images of the RGB-D sensor inside the MRI room. The RGB-D sensor is positioned at a typical working distance of ∼1.5 m on the MRI z-axis to the MRI scanner isocenter. Connection of the RGB-D sensor to an external PC inside the MRI control room is realized via an active USB extension cable that is passed through the waveguide of the MRI room. The RGB-D sensor works normally during and outside MR image acquisition. Furthermore, only minor image artifacts are visible on MR images acquired during operation of the RGB-D sensor (see Figure 4.5). The real-time MRI sequence for clinical interventions is used for assessing the artifacts of the RGB-D sensor in the MR images. The observed artifacts are mainly caused by the passage of the USB extension cable through the waveguide of the MRI room. When the USB cable is passed through the waveguide but neither connected to the external PC nor to the RGB-D sensor, the acquired MR images are attained by the same type of artifacts but less intense than during operation of the RGB-D sensor (compare Figure 4.5 b

Figure 4 . 5 :

 45 Figure 4.5: Evaluation of MR image artifacts due to operation of the RGB-D sensor inside the MRI room. MR images for three scenarios are depicted: First, no active device is inside the MRI room (a). Second, the USB extension cable is passed through the waveguide of the MRI room with no devices connected at its ends (b). Third, RGB-D sensor and external PC are connected via USB through the waveguide and turned on (c). The image artifacts in (b) and (c) are similar but slightly more intense for (c) where the RGB-D sensor is active.

Figure 4

 4 Figure 4.6: (a): RGB-D sensor positioned behind MRI scanner inside the MRI room. Typical distance between the RGB-D sensor and the MRI scanner isocenter is about 1.5 m. (b): Schematic of the RGB-D sensor in the MRI environment. An external PC is connected via USB to the RGB-D sensor. The USB connector is passed through the waveguide inside the MRI room.
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 47 Figure 4.7: Marker containing an MR contrast agent solution for detection in MR images, with two pink balls at its distal ends for detection in RGB images from the RGB-D sensor.

Figure 4 . 8 :

 48 Figure 4.8: Principle of Workflow: two orthogonal image planes, transversal (green) and sagittal (red) are alternately acquired. The 3D marker pose is detected both, in the MR image plane and by the RGB-D sensor. The detected 3D marker pose from the RGB-D sensor is transformed to the MRI frame. Depending on their availability, the 3D poses are then fused in an Information filter and the corresponding command for the position and orientation update of the next image plane is then sent to the MRI.

Figure 4

 4 Figure 4.10: RGB (a) and depth image (b) of a typical workflow scene: the marker is held inside the MRI scanner by a person who can control the scan planes through marker motions. The RGB image is transformed to HSV color space and thresholded (c). A morphological opening is performed on the thresholded image in order to reduce noise from thresholding (d). The ball contours are highlighted in the RGB image (e) and the corresponding pixels in the depth image (f) are collected for calculation of their median value.

Figure 4 . 12 :

 412 Figure 4.12: Spatial relationship between MRI and RGB-D sensor frame that is determined during registration and represented in the homogeneous matrix Mr i M Rg bd .

  .31) The rotation matrix C R I is then searched between the point clouds C and I O according to eq.4.26 ff. Eventually, the final rotation matrix between the point clouds C and O can be Chapter 4. Extension of the workflow through an RGB-D sensor calculated by accounting for the intermediate frame in the following manner:

  example applications is given.Khaleghi et al . ([KKKR13]) refer to[START_REF] Higgins | Handbook of Multisensor Data Fusion[END_REF] and give a generic overview of contemporary data fusion approaches as well as recent trends in research. The Joint Directors of Laboratories (JDL) model for data fusion with its four layers of abstraction for data fusion is there deemed to be too restrictive and too restrained to military applications. Instead, authors propose a new taxonomy for data fusion methodologies, based on the different data-related challenges in multi-sensor data fusion (Figure4.13).

Figure 4 . 13 :

 413 Figure 4.13: Taxonomy for data fusion methods. They are classified according to the four main challenges linked to input data, specified by Khaleghi et al. as data imperfection, data correlation, data inconsistency and data disparateness (reprinted from [KKKR13]).

  .34) Measurement z(k) is obtained by multiplying the process state with the observation matrix H (k). Variables n(k) and m(k) represent process noise and measurement noise, respectively. Their Gaussian probability distributions are n(k) ∼ N (0,Q(k)) . (4.35) m(k) ∼ N (0, R(k)) (4.36) R(k) and Q(k) are the measurement noise covariance and the process noise covariance matrices, respectively.

Figure 4

 4 Figure 4.14: System architecture of the implemented hybrid workflow: The external PC receives MR images from the MRI console PC via Ethernet and images from the RGB-D sensor via an USB connection. Image plane control is performed, based on fused detection results from both modalities.

Figure 4

 4 Figure 4.16: Evaluation of rmse of registration. (a): The rmse of the best rigid transformation is depicted for every workflow (red). The mean registration error (blue) is 7.04 mm. (b): Typical evolution of the registration error during a workflow with respect to the number of the transformation update between MRI and RGB-D sensor frames.

Figure 4

 4 Figure 4.18: Experimental results for tracking of a marker motion of approximately 15.1 mm/s. The marker motion is decomposed to every pose component and depicted with the green curves (a-c). The tracked position values are depicted with the red graphs. One MRI measurement could not be included in the estimations due to an image artifact and the resulting non-detection. A systematic registration error along the y-axis can be observed. The other tracking curves follow the real trajectory closely. The obtained rmse is represented in (d).

Figure 4 .

 4 Figure 4.19: Qualitative timeline of the predictions performed by the information filter. Currently the prediction steps are performed according to the frequency of the RGB-D sensor and are sent to the MRI console PC. The time between the last accepted command for image plane alignment and the MR image plane acquisition is denominated t tr 2 . The commands based on the predictions made after the red line and sent to the MRI console PC are not taken in account anymore (red arrows). The last possible command should thus be based on the prediction made for the next acquisition time of an MR image plane such as the green arrow indicates.

FigureFigure A. 2 :

 2 Figure A.2: Representation of the different MRI image planes inside the MRI scanner tunnel. Orientation of r ow and col vectors (shifted to image corners for clarity) with respect to the coordinate system linked to the MRI scanner are given for transversal (a), sagittal (b) and coronal (c) image planes.

Figure B. 1 :

 1 Figure B.1: (a): Geometrical model of the camera with the image frame {u, v, w} and the camera frame {x, y, z}. The image plane is situated at a distance corresponding to the focal length f along the z axis, which intersects the image plane in the principal point P p . The point A is projected through the aperture of the camera (O) onto the image plane where the projection lies on the image plane in the point A . (b): The spatial relationship between the camera frame and the world frame is described by the homogeneous matrix c M w .

Figure C. 3 :D. 2 Figure D. 2 :

 322 Figure C.3: Global architecture of the program developed for MR image plane alignment based on marker detection in MR and RGB-D images.

Figure D. 3 :Figure D. 5 :

 35 Figure D.3: Principe du simulateur. Il simule le fonctionnement du scanner IRM et envoie en alternance des images sagittales et transversales au logiciel de suivi. Un mouvement 3D du marqueur est défini et des images de synthèse sont créées en fonction de l'intersection entre le plan souhaité et la pose du marqueur.

Figure D. 6 :

 6 Figure D.6: Résultats de simulation d'un mouvement de 9 mm/s de vitesse de translation et 2 • /s de vitesse de rotation. Le mouvement simulé est représenté en vert dans les graphes (a-e). Les composantes de position et d'orientation du mouvement détecté sont représentées en rouge. Des imprécisions du suivi peuvent être observées pour les composantes x,z, α and β. Ces composantes ne sont pas détectables sur les deux plans images. La composante y peut être actualisée sur les deux plans dû à leur faible inclinaison. L'erreur rmse pour les composantes de la pose du marqueur est représentée en (f).

Figure D. 7 :

 7 Figure D.7: Résultats expérimentaux pour le suivi d'un mouvement de vitesse moyenne de 8.81 mm/s. Comme pour les résultats des simulations, des imprécisions peuvent être observées pour le suivi. Les deux valeurs déviantes de la composante y sont dues à des erreurs de segmentation. L'erreur rmse sur la position est présentée dans le tableau (d).

Figure D. 9 :

 9 Figure D.9: Détermination expérimentale de la vitesse maximale du suivi. Le mouvement est réalisé avec une vitesse croissante jusqu'à ce que le marqueur ne puisse plus être suivi dans les images. La dernière portion du mouvement avant l'échec du suivi est utilisé pour le calcul de la vitesse maximale: 21.2 mm/s en l'occurrence.
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Figure D. 11 :

 11 Figure D.11: Principe du processus d'alignement hybride: 2 plans orthogonaux, transversal (vert) et sagittal (rouge), sont acquis en alternance. La pose 3D du marqueur est détectée dans les images IRM et par le capteur RGB-D. La pose détectée par le capteur RGB-D est exprimée dans le repère de l'IRM. Un filtre d'Information fusionne les poses 3D mesurées et réalise une prédiction de la pose du marqueur. En fonction de cette prédiction, la position et l'orientation du prochain plan image sont calculées et une commande d'alignement est envoyée à l'IRM.

x

  (k) = A(k) x(k -1) + B (k) u(k) + n(k -1) , (D.9) z(k) = H (k) x(k) + m(k) . (D.10) Le vecteur d'état du système x et la matrice de covariance de l'erreur d'estimation P , variables internes du filtre de Kalman, sont remplacés pour le filtre d'Information par la matrice d'information Y et le vecteur d'information ŷ: du filtre d'Information consiste comme celui du filtre de Kalman en une étape d'estimation et une étape de prédiction. D.4. Extension du processus par un capteur RGB-D Prédiction ŷ(k|k -1) = L(k|k -1) ŷ(k -1|k -1) (D.13)Y (k|k -1) = A(k) Y -1 (k -1|k -1) A T (k) +Q(k) -1 (D.14)avec le coefficient de propagation L(k|k -1) défini par:L(k|k -1) = Y (k|k -1) A(k) Y -1 (k -1|k -1) Estimation ŷ(k|k) = ŷ(k|k -1) + N j =1 i j (k) (D.15) Y (k|k) = Y (k|k -1) + N j =1 I j (k) (D.16)avec la contribution locale au vecteur d'information i j (k) et la matrice d'information associée I j (k):i j (k) = H T j (k) R -1 j (k) z j (k) I j (k) = H T j (k) R -1 j (k) H j (k) (D.17)Adaptée à l'utilisation hybride des images IRM et du capteur RGB-D, l'étape d'estimation est définie par:N j =1 i j (k) = i MRI (k) + i RGB-D (k) (D.18) = H T MRI (k) R -1 MRI (k) z MRI (k) + H T RGB-D (k) R -1 RGB-D (k) z RGB-D (k)N j =1 I j (k) = I MRI (k) + I RGB-D (k) (D.19)
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 12 Figure D.12: Evaluation de l'erreur rmse du recalage. (a): L'erreur rmse de la meilleur transformation trouvée pour chaque processus est représentée (rouge). L'erreur moyenne de recalage est de 7.04 mm. (b): L'évolution type de l'erreur de recalage pendant un suivi en fonction du numéro de transformation identifiée successivement entre IRM et capteur RGB-D.

  Dans cette thèse est présentée une approche pour l'alignement automatique des plans image IRM en temps-réel, basée sur la détection d'un marqueur dans les images IRM. Les avantages de cette méthode sont que: • le temps d'imagerie dédiée à la détection est minimisé, s • peu d'instrumentation additionnelle est nécessaire et ainsi le cout de matériel est minimisé. L'approche développée est fondée sur un dispositif consistant en un marqueur passif et des micro-bobines. Un algorithme de suivi établi sur les images IRM a été proposé et implémenté dans une interface logicielle. La méthode consiste en l'acquisition successive de deux plans image orthogonaux. Chacun des plans est aligné à l'axe du marqueur grâce à la détection de celui-ci dans l'image précédente. Un logiciel de simulation a été développé permettant d'évaluer les performances du suivi dans des conditions contrôlées et reproductibles. De plus un banc d'essai compatible IRM a été utilisé pour la validation expérimentale des performances du suivi. Actuellement, cette approche permet d'utiliser le marqueur en tant que sonde interventionnelle pour la recherche du point d'insertion de l'aiguille, par exemple. Dû aux imprécisions observées pendant le suivi, l'approche initiale a été étendue par un filtre de Kalman. Comme attendu, l'utilisation du filtre de Kalman a permis d'améliorer les performances du suivi au niveau de la vitesse et de la précision. Le filtre de Kalman permet d'améliorer le suivi pour les mouvements subissant des accélérations faibles. Pour de fortes accélérations, l'amélioration des performances due au filtre de Kalman disparaît, à cause de l'utilisation d'un modèle à vitesse constante et à la basse fréquence d'acquisition de la séquence IRM utilisée. La basse fréquence d'acquisition et la dépendance de la vitesse du suivi à la séquence d'imagerie IRM utilisée sont des inconvénients communs des méthodes passives. Afin de découpler la vitesse du suivi de la fréquence d'imagerie IRM, un capteur RGB-D a été intégré au processus de suivi passif. Le capteur RGB-D permet de mesurer la pose 3D d'un objet directement et s'est révélé compatible avec l'environnement IRM. Une méthode de recalage en ligne a été implémentée permettant d'intégrer ce processus hybride facilement dans la
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  Image acquisition time of the MRI scanner (t Acq ) • Transmission time of the image from MRI scanner to external PC via the MRI console PC (t Tr 1 ) • Time for image processing and image plane calculation (t Pr oc ) • Transmission and acknowledge time of the image plane alignment command sent from the external PC to the MRI scanner via the MRI console PC (t Tr 2 ) The image update time of an MR image is obtained through calculation of t Upd ate = t Acq + t Tr 1 + t Pr oc + t Tr 2 . A recapitulatory timeline of the processing and communication times is presented in Figure 2.19. In order to account for the image plane alignment command, the MRI scanner PC must obtain the command before the next image plane acquisition. For this reason, it is not possible to acquire the MR images directly one after another. In order to allow for image processing, image plane calculations and data transmission, a delay of t Del ay = t Tr 1 + t Pr oc + t Tr 2 has to be introduced between two image plane acquisitions. A timing analysis of the network communications between external PC, MRI console PC and the scanner allowed to determine the transmission times. For this purpose 100 image transmissions from MRI scanner to the external PC via the MRI console PC have been evaluated. The time between sending of the first Ethernet packet containing image data from the MRI scanner and reception of the last packet containing image Results value of 7.8 ms with minimal and maximal values of 6.21 ms and 10.8 ms, respectively. Similarly, the transmission of 100 image plane alignment commands from the external PC to the MRI scanner via the MRI console PC have been evaluated in order to determine the transmission and acknowledge time of an image plane alignment command. The time between sending of the first Ethernet packet containing the image plane alignment command from the external PC and the reception of the last packet of the command acknowledge on the external PC is defined as the transmission and acknowledge time t Tr 2 . This transmission time has a mean value of 48.3 ms with minimal and maximal values of 18.2 ms and 110.3 ms, respectively. The time for image processing and image plane calculation t Pr oc is defined between the moment of completed image reception within the workflow program on the external PC and the sending of the image plane alignment command. This time has been determined through evaluation of processing of 200 images on the external PC. For image processing and image plane calculation a mean of 233.2 ms, a maximal value of 284.6 ms and a minimal value of 198.8 ms have been found.
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.19: Timing schematic for image plane alignment. Image plane acquisition is performed with the scanner (t Acq ), image and image information are sent to the MRI console PC, that transmits the data to the external PC (t Tr 1 ). Image processing and image plane calculations are performed (t Pr oc ). The image plane alignment command is transmitted to the MRI scanner via the console PC (t Tr 2 ) before the next image plane acquisition. data on the external PC is defined to be the transmission time t Tr 1 . This transmission time of the MR image and its information (102,036 bytes for a 224 × 224 pixel image) has a mean 2.9.

Mean values for transmission and processing times are not significant in this context, as every image plane alignment command should be accounted for. Particularly, the maximal and minimal values of t Tr 2 and t Pr oc differ in the order of ∼90 ms. Hence, the times t Tr 1 , t Tr 2 and t Pr oc are considered with their maximal values of 10.8 ms, 110.3 ms and 284.6 ms, respectively.

The image plane acquisition time (t Acq ) can be obtained from the acquisition software on the MRI console PC. For the MR imaging sequence used in this work, the acquisition time is 812 ms. The MR image reconstruction time could not be determined experimentally and is assumed to be short enough to be included within the acquisition time for the presented timing analysis.

The determined time values are summed up in Table

2

.1.

Table 2 .

 2 1: Results of the timing analysis for real-time image plane alignmentAccording to the previously determined times for transmission and processing, the delay that must be introduced in order to account for every image plane alignment command would be 405.7 ms. With an acquisition time of 812 ms considering the used MR imaging sequence, this would correspond to a lengthening of the image update time from 812 ms to 1217.7 ms. Note though, that the accuracy of these timing tests depends heavily on the system charge of the PC's OS during the measurements. Further experiments have thus been carried out in order to determine experimentally the minimal delay allowing to account for each image plane alignment command. During these experiments, an image update rate of 1200 ms allowed to account for all image plane alignment commands. This corresponds to a delay of 388 ms. As 95% of the values for t Pr oc are smaller than 270 ms, this delay is confirmed with the previously performed time measurements (270 ms + 10.8 ms +110.3 ms = 391.1 ms). Hence, for the experiments carried out during this work, an image update time (t Upd ate ) of 1200 ms, corresponding to a delay (t Del ay ) of 388 ms, was sufficient for performing real-time image plane alignment.

Table 2

 2 

	Incorrect detection	No detection

.2: Statistical performance of the marker detection algorithm when at least 40% of the marker are visible within the images.

  Tr 1 ) • time for image processing and image plane calculation (t Pr oc ) • transmission and acknowledge time of the image plane alignment command sent from the external PC to the MRI scanner via the MRI console PC (t Tr 2 ) • marker diameter (d M ar k ), • slice thickness (d Sl i ce ),

• image acquisition time of the MRI scanner (t Acq ) • transmission time of the image from MRI scanner to external PC via the MRI console PC (t

  Table 2.3: Tracking accuracy evaluation in simulations with a 2 Hz and 0.83 Hz imaging frequency.

			of tracking
		at 2 Hz	at 0.83 Hz
	x	2.20 mm 4.28 mm
	y	1.15 mm 1.72 mm
	z	1.68 mm 3.07 mm
	α	0.50 •	1.03 •
	β	2.47 •	3.44 •

TABLE Comparisons

 Comparisons 

	of the OpenNI Libra
		O
	Camera calibration	
	Automatic body calibration Standing skeleton	√ (1
	Seated skeleton	
	Body gesture recognition	
	Hand gesture analysis	
	Facial tracking	
	Scene analyzer	
	3-D scanning	
	Motor control	

  [START_REF] Crisan | A survey of convergence results on particle filtering methods for practitioners[END_REF]), which approximates the posterior probability of the system state as a weighted sum of random samples. These random samples are predicted through the process model from the prior density and are then converted to predicted measurements through the measurement model. Weights of the random samples are updated according to the likelihood of their corresponding measurements with respect to the actual measurement. Compared to the Kalman filter, a Particle filter may be less performing in terms of computation time, as a large number of random samples may be necessary for a good estimation of the posterior probability. MCMC algorithms are an alternative to Particle filters for high-dimensional non-linear systems. The probability density of interest is here approximated through samples that are obtained by means of a Markov chain. The Markov chain generates the samples through a transition kernel with Markovian property, meaning that the transition probabilities between samples depends only on their current state. After a certain number of iterations a well-designed Markov chain converges to a stationary density of interest[START_REF] Berg | Markov Chain Monte Carlo Simulations and Their Statistical Analysis: With Web-based Fortran Code[END_REF]). Well known algorithms are the Metropolis-Hastings ([Has70]) algorithms and the Gibbs sampling algorithm ([START_REF] Casella | Explaining the gibbs sampler[END_REF]).

	1.
	Non-linear probability distributions can also be approximated using grid-based methods
	([Mah07]), Sequential Monte Carlo (SMC) ([DDFG01]) or Markov Chain Monte Carlo (MCMC)
	([Ber04]) algorithms. A widely known recursive implementation of an SMC algorithm is the
	Particle filter ([
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  Timing schematic for image plane alignment. MR image and RGB-D image acquisitions are performed in parallel. The RGB-D images are acquired and transmitted to the external PC (t A ) and then processed (t I ). The Information filter algorithm is triggered (t F ) after processing of the RGB-D images.
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  Résultats de simulation d'un mouvement de 9 mm/s de vitesse de translation et 2 • /s de vitesse de rotation pour les processus de suivi sans et avec filtre de Kalman. Le mouvement simulé est représenté en vert dans les graphes (a-e). Les composantes de position et d'orientation du mouvement suivi sans (rouge) et avec Kalman (bleu) sont représentées. Les imprécisions du suivi observées pour le processus de suivi intial peuvent être atténuées avec le filtre de Kalman. Néanmoins, des dépassements peuvent être constatés pour le suivi avec le filtre de Kalman dus au modèle à vitesse constante et à la fréquence d'imagerie très basse (0.83 Hz). La comparaison de l'erreur rmse pour les composantes de la pose du marqueur est représentée en (f). tunnel du scanner IRM.Un capteur RGB-D est équipé d'une caméra RGB et d'un capteur de profondeur. La profondeur est déterminée avec un projecteur infra rouge (IR) projetant un motif qui est détecté en synchrone par une caméra IR dans la scène observée. Basée sur la différence entre motif projeté et détecté, les valeurs de profondeur de la scène sont déterminées. Le pas de quantification du capteur de profondeur est de 8 mm à 1.6m de distance, distance maximale de suivi dans le tunnel du scanner IRM.Des tests de compatibilité du capteur RGB-D avec un environnement IRM de 1.5 T ont été réalisés pour vérifier son bon fonctionnement et l'absence de perturbations pour le scanner IRM. Des artéfacts mineurs ont pu être constaté du à l'utilisation du capteur RGB-D dans la salle d'IRM. La cause principale des ces artéfacts est l'utilisation d'un câble USB passée à travers le guide d'onde de la salle d'IRM pour connecter le capteur RGB-D à un PC externe dans la salle de commande de l'IRM.

	Figure D.10: Capteur RGB-D	y z α β	4.28 mm 1.72 mm 3.07 mm 1.03 • 3.44 • (f)	1.97 mm 1.32 mm 1.93 mm 0.72 • 1.58 •

The acquisition frequency of the RGB-D sensor (30 Hz) is much higher than the one of the MRI scanner (∼0.83 Hz). For this reason thread 6 is executed on every update of the marker pose detected in the RGB-D images. If an MR image is received at the same time, the Information filter fuses their data. Otherwise, the estimation of the marker pose is based on a measurement from an RGB-D image, only.
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Multi-sensor Data Fusion

In this section, theory of multi-sensor fusion is developed with the aim of combining MRI data with RGB-D sensor data. An improved tracking performance is expected through this fusion.

Introduction to multi-sensor data fusion

Multi-sensor data fusion aims at combining information coming from different sensors in order to improve the estimate of the process that is monitored. Robotics, computer vision, maneuvering of unmanned vehicles, supervision of manufacturing processes and medical applications are fields in which multi-sensor data fusion is commonly used. In [START_REF] Higgins | Handbook of Multisensor Data Fusion[END_REF] an extensive introduction to multi-sensor data fusion, its various techniques, principles and

A Conventions in MRI

A.1 Coordinate systems

The basic coordinate systems in an MRI context are given hereunder. As long as no precision is made, their coordinates are given in mm.

• a coordinate system linked to the MRI scanner (F M : x, y, z) with its origin at the isocenter of the MRI scanner • a coordinate system linked to the image plane (F I : r ow, col , nor ) with its origin at the center of the image plane • a second coordinate system linked to the image plane (F C : u, v ), which is two-dimensional and has its origin at the upper left corner of the image plane. Its coordinates are represented in Pixels. 

B Geometrical camera model

A geometrical camera model as presented in [START_REF] Horaud | Vision par ordinateur: outils fondamentaux[END_REF] is described in this Annex and taken as reference for this work. Two transformations are used in order to describe the geometrical model of the camera. First, a perspective projection of a 3D point onto the image plane of the camera and second, a transformation from the camera frame to the image frame.

The frame F c = {x, y, z} is the camera frame with its origin O at the point of aperture of the camera. The image plane of the camera is placed behind its point of aperture at a distancef along the z axis, corresponding to the focal length of the camera (see Fig. 

B.1 Perspective projection of a 3D point onto the image plane

A point A = (x, y, z) T is projected through the aperture of the camera onto its image plane. The image plane is parallel to the plane passing through the x and y axes of the camera frame.

The point A = (x , y , z ) T is the projection represented in the camera frame. The coordinates of the projected point A are given by the following equations: 

C.2 Version 1: MR image plane alignment based on MR images

The first version allows to automatically detect an MRI marker in MR images, calculate its 3D pose and align an image plane according to the detected marker pose. The received MR images and the according information (position, orientation, etc.) are represented in different windows on the GUI. Besides the automatic functionality for image plane alignment, the developed GUI allows the user to interact directly with the MRI console PC. The user can thus sent MR image plane alignment commands entered in an input window on the GUI.

A slot is a normal member function of an object. It is called when a signal that is connected to it, is emitted. This mechanism is an easy way to transmit data from one thread to another. Note though, when data of a current thread is accessed from another thread, the concerned data structures have to be protected from concurrent access using mutexes. A mutex is a variable that protects two or more threads to access a critical section (e.g. shared data) at the same time. 

C.3 Version 2: MR image plane alignment based on MR images and Kalman filtering

The second version of the workflow performs image plane alignment according to a prediction of the marker pose from a Kalman filter. For implementation of this approach the Kalman functionalities are added to thread 2 of the first program version. Thus after marker detection, the marker pose is sent as measurement to a Kalman filter algorithm (OpenCV). The Kalman filter algorithm generates then an estimate and a prediction of the marker pose. As in the first program version, the command string is then created and sent to thread 3. directly be executed in thread 4 as the image acquisition frequency is too high and there is not enough time available between the image reception callbacks.

Thread 5: RGB-D image processing

As previously presented, thread 5 is notified by the RGB-D image reception thread that there is image data to process. The image data is then loaded from the shared variables to thread 5. Detection of the marker (pink balls) is then performed in the RGB and depth images using the OpenCV library. If the marker could be detected its 3D pose is reconstructed using the depth images. The detected marker pose is then sent to the Information filter, implemented in thread 6.

Thread 6: Data fusion

The data fusion thread receives the detected marker pose based on MR images (thread 2) and based on RGB-D images (thread 5). The Information filter algorithm is then executed in order to generate an estimation and a prediction of the marker pose. Based on the predicted marker pose, an image plane alignment command is created and sent to thread 3 in order to sent it to the MRI console PC. 

Etat de l'art des systèmes de suivi pour l'alignement automatique des plans images

Les systèmes de suivi peuvent être classés en approches actives et passives. Pour la détection du marqueur dans les images temps-réel cliniques, un algorithme de segmentation et de classification a été développé. Un double seuillage établi sur les 0.65 et 0.9 quantiles de l'histogramme permet d'éliminer le corps du patient de l'image et de séparer par la suite le marqueur de la main qui le tient. La classification des objets segmentés est réalisée avec des critères de taille, intensité et excentricité.

Logiciel de suivi

Ce logiciel permet la réception d'images IRM et leurs trames d'informations sur un PC externe connecté au PC de commande de l'IRM. Le logiciel réalise la segmentation du marqueur ainsi que les calculs pour l'alignement du prochain plan image. Une commande correspondante est alors envoyée au PC de commande qui contrôle les plans image de l'IRM.

Evaluation des performances du suivi

Le processus développé est évalué avec des simulations et expériences.

Un simulateur permettant la simulation d'un marqueur a été développé et peut être connecté au logiciel de suivi. En fonction de l'intersection du plan souhaité et de la position actuelle du marqueur, une image IRM artificielle est créée et envoyée au logiciel de suivi. 

Résultats

Les performances du processus d'alignement avec filtrage de Kalman sont évaluées de la même façon que pour le processus initial.

Pour évaluer la vitesse maximale pour le suivi, le cas extrême d'un mouvement du marqueur à 45 
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