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Résumé:

Le domaine de la bioélectronique, qui couple l'électronique et la biologie, présente un fort potentiel pour le développement de nouveaux outils biomédicaux. Les dispositifs à base d'électronique organique sont particulièrement prometteurs; l'utilisation de ces matériaux organiques confère une interface idéale entre les mondes biologique et électronique en raison de leur biocompatibilité et de leur possible grande flexibilité. Le transistor électrochimique organique (OECT) représente un dispositif prometteur dans ce domaine. Une des caractéristiques importante de l'OECT réside dans son amplification locale permettant une amélioration du rapport signal sur bruit et donc une augmentation de la sensibilité et de la limite de détection d'événements biologiques. Des OECT ont par exemple été intégrés dans des systèmes permettant de détecter localement l'activité ionique/biomoléculaire, de mesurer l'activité d'une cellule unique, mais aussi d'effectuer la caractérisation de tissus et le suivi du fonctionnement d'organes entiers. L'OECT est un dispositif extrêmement polyvalent qui apparaît comme un outil thérapeutique et de diagnostic de première importance.

L'utilisation de matériaux organiques tels que les polymères conducteurs, rend l'OECT adaptable pour une large gamme d'applications. Un exemple représentatif est le capteur de glucose. La majorité des capteurs de glucose disponibles dans le commerce s'appuient sur la détection électrochimique dans laquelle une enzyme catalyse le glucose. L'utilisation d'un médiateur permet alors le transfert d'électrons à l'électrode, créant ainsi un courant qui dépend de la concentration de glucose. L'amplitude de ces courants biologiques est cependant faible. L'OECT, en raison de ses propriétés d'amplification, peut augmenter ces courants de plusieurs ordres de grandeurs. Utilisé comme capteur de glucose, il montre une forte sensibilité et des limites de détection des concentrations de l'ordre du nanomolar. Cependant, en dehors d'une meilleure précision de mesure, la stabilité est nécessaire pour les applications à long terme. Par exemple, ces capteurs se doivent d'enregistrer en continu les variations de glycémie chez des personnes pendant plusieurs jours et sans défaillance. Dans un autre registre, l'OECT a été utilisé pour des enregistrements cérébraux de zones épileptiques avec un meilleur rapport signal sur bruit que des électrodes classiques ou que des transistors à base de matériaux inorganiques. Le glucose est la source d'énergie principale du cerveau. Ainsi, l'enregistrement de la modulation des niveaux de glucose avant et/ou pendant la crise d'épilepsie peut donner beaucoup d'informations dans la compréhension de cette maladie.

La stabilité à long terme peut être atteinte par la biofonctionnalisation, méthode consistant à fixer une biomolécule sur le dispositif de mesure. La nature de la liaison peut varier: liaisons faibles et réversibles de Wander-waals ou liaisons fortes et irréversibles de type covalentes. Les besoins en biofonctionnalisation dépendent de chaque application. Pour des applications à long termes, une liaison covalente de la biomolécule est préférable. Cependant, pour des biomolécules telles que des enzymes, dans lequel la fonction dépend de leur conformation, une perte d'activité peut se produire. La biofonctionnalisation des polymères conducteurs, qui sont utilisés comme matières actives dans les OECTs, est une étape obligatoire qui mettra en évidence les propriétés de l'OECT telles que la biocompatibilité, la stabilité, et la fonctionnalité. Dans ce travail, des méthodes de biofonctionnalisation du poly (3,4-éthylènedioxythiophène) dopé avec des anions de tosylate (PEDOT: TOS) ou dopé avec du poly (styrène sulfonate) (PEDOT: PSS) ont été développée set ont conduitsent à des améliorations telles que la biocompatibilité accrue avec les cellules et à une stabilité accrue pour les applications de détection. En outre, nous avons étudié l'utilisation de liquides ioniques en combinaison avec des polymères réticulables comme alternatives aux électrolytes conventionnelles. Ces gels ioniques électrolytes ont amélioré la stabilité des enregistrements électrophysiologiques. Enfin, des mesures in vitro de l'activité métabolique de la cellule ont été effectuées. Le suivi de l'absorption du glucose et de la conversion en lactate fournit des informations sur la santé des cellules et comment ses activités métaboliques sont affectées par la présence de composés toxiques et d'agents pathogènes.

The rising field of bioelectronics, which couples the realms of electronics and biology, holds huge potential for the development of novel biomedical devices for therapeutics and diagnostics. Organic electronic devices are particularly promising; the use of robust organic electronic materials provides an ideal biointerface due to their reported biocompatibility, and mechanical matching between the sensor element and the biological environment, are amongst the advantages unique to this class of materials. One promising device emerging from this field is the organic electrochemical transistor (OECT). Arguably the most important feature of an OECT is that it provides local amplification and as such can be used as a high fidelity transducer of biological events. Additionally, the OECT combines properties and characteristics that can be tuned for a wide spectrum of biological applications. These applications have allowed the development of OECTs to sense local ionic/biomolecular and single cell activity, as well characterization of tissue and even monitoring of function of whole organs. The OECT is an extremely versatile device that emerges as an important player for therapeutics and diagnostics.

The use of organic materials, such as conducting polymers, makes the OECT tunable for a wide range of applications. For example, OECTs have been used for sensing applications. A representative example is the glucose sensor. The majority of current commercially available glucose sensors rely on electrochemical detection, in which the enzyme glucose oxidase is catalyzing the glucose and through a mediator an electron is transferred to the electrode, thereby creating a current which depends in the concentration of glucose. However, the magnitude of these biological currents is low. The OECT, owing to its amplification properties, can amplify these currents many orders of magnitude. The OECT has been used as glucose sensor and has shown high sensitivities and low limit of detection for concentrations at the nanomolar range. However, apart from high sensitivities, stability and reproducibility are common necessities for long term applications. For example, it is of equal importance for these sensors to continuously record variations of glucose for diabetic patients, since multiple measurements per day without failure are necessary. Additionally, stability is necessary for implantable sensors. The OECT has been used in connection with the brain and has made recordings with better signal to noise ratio in epileptic rats. For brain cells such as neurons, glucose is the main energy source. Thus recording modulations of glucose levels before or during an epileptic crisis will enhance our understanding of this disease.

Long-term stabilities for these sensors can be achieved through biofunctionalization, which is a method to attach a biomolecule to a device. The nature of the biofunctionalization can vary from weak wander-Waals reversible bonds to strong covalent irreversible bonds. The type of biofunctionalization depends on the needs of each application. For long term applications a covalent binding of the biomolecule is preferred. Biofunctionalization of conducting polymers, which are used as active materials in OECTs, is a mandatory step that can enhance OECT properties such as biocompatibility, stability, and functionality. In this work, different biofunctionalization methods of poly (3,4-ethylenedioxythiophene) doped with tosylate anions (PEDOT:TOS) or doped with poly(styrene sulfonate) (PEDOT:PSS) have been explored. The biofunctionalization methods have led to improvements for different applications such as better interfaces with living cells, and better stability for enzymatic sensors. Additionally, we have employed the use of ionic liquids in combination with cross-linkable polymers as alternative solid state electrolytes. These electrolytes are improving the stability of recordings in electrophysiology. Finally, in vitro measurements of metabolic activities in cells have been explored. The monitoring of glucose uptake and its conversion to lactate is a sensitive indicator of the viability of these cells. Furthermore, in the presence of toxic compounds and pathogens, the nature or kinetics of these metabolic activities is getting affected. Therefore, OECTs used for glucose and lactate sensing can at the same time be used for Immunosensing. These three years in south France, and more specifically at the Center of Microelectronics in Provence, have been marked in my brain as the most enjoyable, creative, challenging, with lots of new experiences, years of my life. Countless memories: In all these parties meeting new people with different mentalities, nights out with friends, small trips to the beautiful Provence, and the best working environment. The crucial parameter that contributed in all these are the people around me, and I would like to mention few of them. First of all, I would like to thank my supervisor Roisin Owens for the patience she showed during these years her amazing supervision, and the way she was always happy and cool. Also, I want to thank my second supervisor George Malliaras for his advice and supervision, also for giving me the chance to come and work with him.

Additionally, I want to thank the people from the Lab that made my working life so pleasant from the beginning. These people, who belong to the first generation of BEL, are no less than my friends and I will need several pages to write for everyone. I will always be grateful to you guys for the memories and experiences you gave me.

The new generation of BEL is keeping the same level of great people and they will write their own stories soon.

After that I want to thank the people from CMP that help me a lot in the beginning. We still hang out and play soccer with many of them.

I want to thank people that I have collaborated either by going to their labs or people that have come to our lab.

Then I thank few Greeks that I have met in Aix en Provence that made my stay a joyful experience. Also I want to thank my friends and relatives from Greece for their great support.

Special thanks to my girlfriend for her patience, support and all the good moments. She made the difficult moments seem easy.
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. Bioelectronics

The coupling of organic electronics with biology is an emerging and continuously growing field. 1 The motivation for organic bioelectronics is to address and anticipate the current and future diagnostic and therapeutic needs of the biomedical community. 2,3 Those needs include detecting low concentrations of biological analytes, low amplitude brain activity, and pathogens, as well as improving compatibility with the biological environment. 4 Electrical methods for biological sensing are considered advantageous, in particular due to the fact that they are label-free, and do not require expensive and time consuming techniques involving fluorophores or chromophores (optical methods). Current diagnostic approaches using electrical sensors involve electrochemical biosensors, passive metal electrodes, and/or large scale integrated systems, in which the operating principle is based on redox reactions, changes in the local potential, or impedance. However, for electrochemical sensors and passive recording sites for electrophysiology the biological signals are often challenging to record and require further amplification to become detectable, necessitating a push towards more active, sensitive and biocompatible devices. 5,6 A promising technology that has the potential to overcome such limitations and respond to these specific requirements is the organic electrochemical transistor (OECT).

Figure 1.1:

The organic electrochemical transistor: a. schematic cross-section of an OECT b. (reproduced from [7], with permission from [Nature Publishing Group])

1.1.2.

The organic electrochemical transistor

The OECT, first reported by White et al., 8 is a three terminal device in a transistor configuration (source, gate, and drain) (figure 1.1). The source and drain are connected by an organic conducting material in which an electronic current is generated (Id) in response to a potential difference. A variable potential at the gate controls the magnitude of the drain current (Id) by doping and dedoping the channel.

The OECT belongs to a broader class of transistors called electrolyte gated transistors (EGTs), in which the electrolyte is an integral part of the device. 9 This property makes the EGT compatible with aqueous environments. Apart from OECTs, a major subclass of the EGT is the electrolyte gated organic field effect transistor (EGOFET), 10 which has also been used as a diagnostic tool. [11][12][13] The difference between OECTs and EGOFETs lies in the interface between the channel and the electrolyte. 14 Specifically, in EGOFETs, the ions of the electrolyte create an electrical double layer (EDL) with the charges (electrons/holes) of the channel. By contrast, in OECTs, ions from the electrolyte can penetrate the whole bulk of the polymeric channel. This key difference enables the OECT to exhibit high amplification properties in sub-volt operation regimes, preventing electrolysis, and extending operating times necessary for in-vitro and in-vivo applications. 7 The latter affords high sensitivity sensing for a wide spectrum of applications without additional amplification.

The OECT offers a unique set of advantages for biomedical tools. One notable advantage includes adaptability to a wide variety of fabrication methods, from simple to complex; OECTs have been fabricated using low-cost printing techniques, [15][16][17][18][19] , high current modulation and fast response. 20 OECTs exhibit high stability in aqueous solutions and in one example showed reproducible, reliable performance when maintained in cell culture media under physiological conditions for five weeks. 21 Simple, planar, all PEDOT:PSS transistors on the macroscale have been shown to be capable of detecting glucose levels that exist in human saliva. 22,23 For more challenging applications, OECTs are equally compatible with ongoing miniaturization techniques to the micro-scale, necessitated for the fabrication of high density electrode arrays for better interfacing with single neurons, 24,25 integration with microfluidics for detection of multiple analytes, 26,27 and lab on chip technologies. 27 The use of robust and versatile organic materials has also facilitated the fabrication of conformal OECTs (figure 1.4a) for non-invasive, long term, continuous recordings. 28 Additionally, OECTs have been integrated with natural and synthetic fibers for fully integrated sensors and wearable circuits compatible with human skin. [29][30][31] All OECTs reported to date have been fabricated with conducting polymers (CPs), as the active material in the channel due to their highly desirable properties, as discussed below.

Conducting Polymers

CPs, first discovered in 1976 by Alan MacDiarmid, Hideki Shirakawa and Alan Heeger, exhibit a wide spectrum of desired characteristics. 32,33 Of particular interest to biomedical applications, is that they exhibit mixed conductivity; ionic and electronic. Some of the first applications of CPs in the biomedical arena were their use as coatings on metal electrodes, where they were shown to improve recordings of brain activity by lowering the impedance of the electrode. 14,34 CPs are chemically tunable, and can be designed according to the needs of each application. For instance, CPs have been designed to entrap enzymes and mediators. 35,36 Direct wiring of the active site of enzymes to electrodes has been explored using polyelectrolytes with redox active groups and conducting polymers. [37][38][39] Electrochemical biosensors have enlisted these types of CPs to improve stability and sensitivity. Finally, CPs have been shown repeatedly to be biocompatible, hosting a wide variety of cell types. 40,41 Part of their compatibility with live cells is most likely due to the fact that these polymeric materials contain no broken bonds and are oxide-free, resulting in a closer interaction with cells hosted on their surface, possibly facilitating adhesion and promoting ionic interactions. [41][42][43][44][45] This concept has been extensively discussed by Rivnay and coworkers and is key to the understanding that CPs work well in electrolytes and, unlike other devices with semi-conducting polymers, are not isolated from the sensing events taking place in the aqueous milieu. 45 Other advantages of CPs that will be highlighted below include their optical transparency and their mechanical flexibility akin to tissue, providing benefits for tissue engineering.

A well-studied and widely used CP is poly(3,4-ethylenedioxythiophene) doped with poly(styrene sulfonate) (PEDOT:PSS), a p-type conducting polymer in which the negative charge of PSS is compensated by a hole in the PEDOT backbone (figure 1.2). This conducting polymer exhibits high electronic conductivities, with typical conductivity values of commercially available PEDOT:PSS reaching approximately 1000 S/cm. Cross-linking of PEDOT:PSS with a silane (GOPS; 3glycidoxypropyltrimethoxysilane) is a frequently used strategy for improving adhesion of PEDOT:PSS with substrates, and preventing delamination in aqueous milieu. 7,12 The conductivity of PEDOT:PSS drops with the addition of the crosslinker. However, conductivity measured after the addition of the crosslinker is in the order of 300 s/cm which is adequate for biological applications. Such cross-linked PEDOT:PSS films have been shown to swell in aqueous solutions, although to a lesser extent than uncrosslinked films, speaking to their 'hydrogel' type nature and implying their compatibility with electrolyte solutions. Furthermore, PEDOT:PSS shows high ionic conductivities: ionic mobilities for small ions migrating in PEDOT:PSS can reach values that exist in dilute electrolytes. 46 Indeed, a novel class of devices based on PEDOT:PSS have been reported, which have ions as their main charge carrier (Iontronics), with subsequent development of ion transistors and ion pumps demonstrated for delivery of ions, neurotransmitters and other small molecules. [47][48][49] The combined high ionic and electronic mobilities are key reasons for PEDOT:PSS emerging as the champion material for devices such as OECTs.

Figure 1.3: Ionic circuit of an OECT (c reproduced from [50], with permission from [Wiley-VCH ])

Apart from choosing the optimal materials for an OECT, it is important to understand its operating principle. Bernards and Malliaras, 50 have reproduced the transient behavior, the speed with which the transistor responds to external changes such as biological signals, and the steady state behavior of an OECT by modeling it as an ionic and electronic circuit (figure 1.3). The electronic circuit refers to the current flux of holes inside the channel and the changes of its magnitude upon de-doping. The ionic circuit (figure 1.3), has been modeled as a capacitor and resistor in series. For simplicity, the capacitance of the gate has been neglected. The resistor in the model refers to the ionic strength of the electrolyte and the capacitor to the amount of ions that can be stored in the bulk of the channel. The model explains the operating principle of the OECT which is affected by the interplay between the ionic and electronic currents. Thus, an understanding of the parameters that influence these properties must be taken into consideration and tuned according to the specific applications at hand. These parameters include: the material / size of the gate, the resistance of the electrolyte, and the size and geometry of the channel. Once defined, optimal parameters must be weighed with considerations such as fabrication -for instance, micrometer scale transistors exhibit fast responses which are stable for higher frequencies, making them suitable and more specific for fast biological events (such as neuronal signaling).However, scaling down the dimensions requires somewhat complex lithographic techniques (figure 1.4a). Arguably, the most important device property of the OECT is related to its amplification properties. High amplification is a common necessity for unraveling biological information; to increase signal to noise ratio and to lower detection limits thus increasing sensitivity. For example, in electrophysiology, it is important to record brain activity that has a wide spectrum of frequencies and amplitudes. The potential difference of this activity is on the order of a few micro volts, and by taking advantage of its inherent transistor properties, OECTs can be used to locally amplify the signal. 51 The efficiency of the amplification can be measured by the transconductance, which is defined as 𝑔 𝑚 = 𝛥𝐼 𝑑 ∆𝑉 𝑔

. Therefore, the higher the value of the transconductance, the better the gain. Khodagholy et al., 7 have shown that the OECT reaches transconductance values in the miliSiemens range, outperforming traditional and other organic transistors (figure 1.4b), an impressive feat for a device fabricated with solution processed materials at room temperature. Furthermore, as shown in figure 1.4b and 1.4c, the transconductance and the time characteristics are not affected even after extensive use and harsh manipulation. Finally, by carefully selecting and varying geometrical characteristics such as channel length, width and thickness, Rivnay et al., 52 have engineered OECTs with peak transconductance values at zero gate voltage. This is of importance in many applications where very low voltages are required, for example when cell or lipid bilayer integrity has to be maintained over an extended period of biasing. 53 Moreover, omitting additional biasing facilitates simple integration with circuits and recording systems, something desirable for lab on chip applications. From the above, we see how individual properties and characteristics of an OECT may be tuned for a broad range of biological applications.

Applications in biology

1.2.1.
OECTs coupled with biological moieties for sensing.

In this section work related to the coupling of OECTs with a variety of different biological molecules and macromolecules will be discussed, including ions, proteins (enzymes and antibodies), lipids and nucleic acids. These devices have been reported for applications in basic research but particularly as new alternatives for low-cost diagnostics.

OECTs as ion sensors

The electrolyte is an integral part of an OECT; variations in its ionic concentration affect the device properties. Therefore, sensing of ions, which is of great importance in healthcare diagnostics, has been possible with the OECT. Lin et al., 54 have shown that altering the ionic concentration of an electrolyte affects its channel current (Id). Figure 1.5a shows a transfer curve, which is a function of the drain current with respect to the sweep of the gate voltage, for a range of concentrations of a potassium chloride (KCl) electrolyte. The transfer characteristics display the decrease in Id with increase of the Vg, with a shift of these curves to lower values of Vg when the ionic concentration increases. This behavior can be explained by the ionic circuit in figure 1.5a; the higher the ionic concentration in the electrolyte the higher the ionic charge at the interface with PEDOT:PSS. So, the increase of the charge shifts the effective gate voltage (Vg,eff) (constituting the potential drop to the channel) to higher values and in turns dedopes the channel. Apart from changes in electrolyte concentration, changes in electrolyte composition can shift the Vg,eff in the OECT, a principle used by Tarabella et al., 55,56 for sensing liposomes and micelle formation of cetyltrimethylammonium bromide (CTAB). [58], with permission from [Wiley Online Library]).

Svensson et al., 57 have integrated OECTs in circuits for ion sensing in order to improve its sensitivity. In this case, two transistors were connected with two resistors in a Wheatstone bridge circuit configuration (figure 1.5b). After application of a small constant drain voltage the transistors operate in a resistive mode and the potential difference (Vdiff) between the two transistors is continuously recorded. By the additional application of a sinusoidal gate voltage of 10 Hz, a change of the resistance in the electrolyte and thus the Vdiff can be measured. When the ionic concentration of the electrolyte in both transistors is the same, no potential difference is observed. However, by changing the concentration of the electrolyte in the second transistor, a potential difference is observed. In figure 1.5c (inset; raw data), we see how the phase of the potential between the two transistors shifts versus the concentration difference in the two electrolytes.

The importance of sensing specific ions has prompted the development of ionselective OECT sensors (IS-OECT). Sessolo et al., 58 as well as Mousavi et al., 59 have combined OECTs with polymeric membranes that permit the passage of specific ions. In figure 1.5d the lay-out of an ion-selective OECT is shown. Briefly, a polyvinylchloride (PVC) based potassium-selective membrane was placed between a gel electrolyte and the electrolyte of interest, separating the channel from the gate of the OECT. By increasing the concentration of the electrolyte, a decrease in the drain current which is proportional to the [K + ] is observed. This is attributed to the increase number of K + ions penetrating the channel and dedoping it, or to the decrease of the electrolyte resistance. Figure 1.5e shows the calibration curve of drain current and effective membrane voltage versus ion concentration for pure KCl and NaCl solutions. The sensitivity to K + ions is an order of magnitude higher than that of Na + ions, and this confirms the ion selectivity of the membrane. In a similar configuration, Bernards et al., 53 have placed a lipid bilayer with and without embedded proteins, in this case bacterial gramicidin ion pores, selective for monovalent cations, as a selective membrane instead of a polymeric one. In the absence of gramicidin no Id modulation was observed when a gate potential was applied, whereas in the presence of gramicidin channels a clear modulation was observed in the presence of gramicidin, although only in the presence of KCl, not in the presence of CaCl2, demonstrating the selectivity of the bilayer lipid membrane. A 1V pulse was demonstrated to disrupt the bilayer membrane, underlying the importance of operation at low voltages when interfacing with biological systems.

OECTs as enzymatic sensors

One of the first applications of the OECT for interfacing with biology was as an enzymatic sensor. 60 The operating principle of an OECT enzymatic sensor involves either a change in a local pH upon oxidation of species or transfer of electrons to the gate of the device (figure 1.6a). By measuring changes in pH Nishizawa et al., have used polypyrrole based OECTs to sense penicillin. 61 They immobilized the enzyme penicillinase which catalyses the turnover of penicillin to penicilloic acid, ontop of the channel and upon oxidation of the penicillin to peniciloic acid; the change of the local pH increased the conductivity of the polypyrrole. A major drawback, however, is that the conductivity of polypyrrole drops in physiological conditions, creating a mismatch between the device's operational regime and the optimal physiological environment of enzymes and proteins. In contrast, by measuring electron transfer, Zhu et al., 62 demonstrated the use of a PEDOT: PSS based OECT for glucose sensing in a wide range of pH environments. The sensing mechanism is as follows: glucose oxidase catalyzes the conversion of glucose to gluconolactone in the presence of oxygen, forming hydrogen peroxide (H2O2) as a byproduct. The H2O2 in turn transfers an electron to the gate of the OECT (figure 1.6a(i)). In order for charge neutrality to be maintained in the electrolyte, a positive ion penetrates the OECT and compensates the PSS anion (figure 1.6a(ii)) , which in turn causes a shift of the Vg,eff and thus a decrease of the source-drain current, proportional to the glucose concentration. [START_REF] Tang | Highly sensitive dopamine biosensors based on organic electrochemical transistors[END_REF] Pt has been extensively used as a gate in OECT-based glucose sensors [START_REF] Tarabella | Irreversible evolution of eumelanin redox states detected by an organic electrochemical transistor: en route to bioelectronics and biosensing[END_REF] because of its good catalytic performance for the oxidation and reduction of H2O2 and other biomolecules of interest such as dopamine and adrenaline. [START_REF] Coppede | Human stress monitoring through an organic cottonfiber biosensor[END_REF][START_REF] Cicoira | Influence of device geometry on sensor characteristics of planar organic electrochemical transistors[END_REF][START_REF] Tarabella | Effect of the gate electrode on the response of organic electrochemical transistors[END_REF] The sensitivity of OECT devices, after optimization, can detect levels of glucose that exist in human saliva (as low as 8µM), and sweat (~150 μM), leading to non -invasive measurement systems. 64 The geometry of an OECT-based enzymatic sensor affect its sensitivity and a systematic study has been performed by Cicoira et al., [START_REF] Yaghmazadeh | Optimization of organic electrochemical transistors for sensor applications[END_REF] who measured the decomposition of H2O2, mentioned above as the byproduct of an enzymatic reaction, for devices with a constant channel area, but changing gate area (figure 1.6b). They showed that the sensitivity of the device increased as the gate size decreased. Such optimization is confirmed by modeling the behavior of the OECT and optimizing it for two types of applications: for electrochemical sensing and for ion to electron conversion. [START_REF] Tang | Highly Sensitive Glucose Biosensors Based on Organic Electrochemical Transistors Using Platinum Gate Electrodes Modified with Enzyme and Nanomaterials[END_REF][START_REF] Liao | Highly selective and sensitive glucose sensors based on organic electrochemical transistors with graphene-modified gate electrodes[END_REF] This can be explained by the potential drop at the two interfaces: the gate/electrolyte and electrolyte/channel interface respectively (Figure 1.6b). Redox active molecules like H2O2 which are produced in redox enzymatic reactions modulate the potential drop at the metal gate/electrolyte interface. In the case of a gate electrode which is much larger than the OECT channel, the potential drop vanishes at this interface as the overall electrode impedance is minimized, and electrochemical potential modulation cannot be detected. In case of smaller gate areas, the potential drop is maximized at the channel/electrolyte interface. In this situation, changes in the potential drop at the gate/electrolyte interface directly affect also the electrolyte/channel interface and thus modulate the OECT current. The inherent amplification afforded by the OECT coupled with the optimization of the geometrical characteristics have resulted in highly sensitive enzymatic sensors. However, further modification of the gate with novel materials, such as Pt nanoparticles, has pushed the limit of detection to the nanomolar range. Tang et al., [START_REF] Kergoat | Detection of Glutamate and Acetylcholine with Organic Electrochemical Transistors Based on Conducting Polymer/Platinum Nanoparticle Composites[END_REF] modified a Pt gate with Pt nanoparticles (Pt -NPs) and carbon nanotubes (figure 1.7a). Moreover, the enzyme was entrapped on the gate by a chitosan membrane. Owing to their high electrocatalytic activity and the high surface to volume ratio, the Pt -NP modified gate showed an increased sensitivity compared to the pristine Pt gate and the gate modified with carbon nanotubes, and increased the limit of detection for glucose to 10 nM (figure 1.7b). By using the same concept, Liao et al., [START_REF] Khodagholy | Organic electrochemical transistor incorporating an ionogel as a solid state electrolyte for lactate sensing[END_REF] used graphene and reduced graphene oxide flakes at the gate and pushed the sensitivity to a similar range while simultaneously improving the selectivity of sensing by adding a Nafion membrane. Negatively charged acids, such as ascorbic acid and uric acid commonly found in biological media, create interference in the measurements by direct oxidation at the gate. However, the use of a Nafion membrane or chitosan functionalization can repel and attract respectively these species while the neutral hydrogen peroxide can diffuse to the gate unimpeded. Finally, Kergoat et al., [START_REF] Lee | Cut and stick" rubbery ion gels as high capacitance gate dielectrics[END_REF] have blended Pt nanoparticles with PEDOT:PSS. By using the modified PEDOT:PSS:Pt-NPs, they have successfully fabricated OECTs in order to sense glutamate and acetylcholine, which are important neurotransmitters. Apart from high sensitivity, the need for low cost and stable biosensors requires the use of alternative materials and simple fabrication techniques. Towards that goal, Shim et al., 22 developed an all-PEDOT OECT for glucose sensing. PEDOT:PSS, however, exhibits low catalytic properties for the oxidation of H2O2. Therefore, owing to its low redox potential, ferrocene has been used as a mediator for the transfer of electrons to the gate. This facilitates a single step fabrication of low cost OECT based enzymatic sensors. Yang et al., 23 have successfully demonstrated an all plastic OECT glucose sensor using room temperature ionic liquids (RTILs) as an electrolyte, thus solving issues related to long term stability of the OECTs for use in biosensing. Liquid electrolytes are unstable for long term applications, since they are susceptible to evaporation, and thus destabilization of ionic concentration. RTILs, molten salts at room temperature, have gained significant attention in electrochemistry as alternatives to aqueous electrolytes. [START_REF] He | Detection of bacteria with organic electrochemical transistors[END_REF] This is due to their desired characteristics, such as wide electrochemical window of operation, high ionic strength, low or zero evaporation rates, and for biological applications, stabilization of enzyme, conformation and function. For this application, Yang and co-workers dissolved both the mediator and the enzyme in the RTIL and drop casted on top of a hydrophobic virtual well. The glucose sensor showed sensitivities in the micromolar range. Subsequently, Khodagholy et al., [START_REF] Lin | The application of organic electrochemical transistors in cell-based biosensors[END_REF] combining ionic liquids with cross linkable polymers, developed an OECT lactate sensor integrated with a solid state electrolyte. The ionic liquid gel electrolyte included lactate oxidase and the ferrocene mediator for sensing, RTIL for its high ionic conductivity and for the stabilization of enzyme's conformation, and photocross-linkable monomer and photo-initiator for creating the solid state electrolyte (figure 1.8a). Drop-casting and subsequent polymerization under UV resulted in a gel-like electrolyte. Figure 1.8b shows the normalized response of the OECT for a concentration range of lactate that exists in human sweat. This type of device was proposed as a wearable long term sensor for continuous monitoring of lactate levels in athletes. Finally, OECTs have been integrated with microfluidics for the fabrication of multi-analyte sensors: Yang et al., 26 demonstrated surface directed microfluidic that uses capillarity forces to drive a sample consisting of glucose and lactate to an array of OECTs for simultaneous measurement of glucose and lactate.

OECTs as Immunosensors / nucleotide sensors

OECTs can detect the presence of cells and biomolecules. Specifically, when a cell is in the proximity of an OECT channel, its membrane is polarized, resulting in an additional potential. The cause for the polarization of the cell is the potential difference between the channel and cell. [START_REF] Kim | Organic electrochemical transistor based immunosensor for prostate specific antigen (PSA) detection using gold nanoparticles for signal amplification[END_REF] This additional potential shifts the effective gate voltage to lower values affecting the de-doping of the channel. Using this principle, He et al., [START_REF] Lin | Organic electrochemical transistors integrated in flexible microfluidic systems and used for labelfree DNA sensing[END_REF] have fabricated an OECT that detects the presence of the pathogenic bacteria E. coli. In more detail, an immobilization step of the anti-E. Coli antibody took place through biofunctionalization of the OECT channel (figure 1.9a). The E. coli bacteria were then captured through antibody antigen interactions. When the bacteria are in a low ionic concentration media, they exhibit a negative charge in their membrane, thus immobilized bacteria on top of the OECT channel form a negatively charged layer. Consequently, upon application of a gate voltage the negatively charged layer of bacteria attracts positive ions in the electrolyte, resulting in a shift of the Vg,eff to lower values (logarithmically proportional to the concentration), which means that fewer ions are de-doping the channel or a higher voltage has to be applied in order to dedope the same magnitude of current in the absence of bacteria (figure 1.9b). The sensitivity of the device depends additionally on the ionic strength of the electrolyte, showing increasing sensitivity when the concentration of the electrolyte decreases. 12 This can limit the performance of the sensor in high ionic electrolytes. Similarly, Kim et al., [START_REF] Liao | Organic electrochemical transistor based biosensor for detecting marine diatoms in seawater medium[END_REF] fabricated an OECT based immunosensor for prostate specific antigen (PSA), by immobilizing a PSA specific antibody on the channel. The shift of the Vg,eff to the channel is proportional to the captured PSA antigen concentration. A secondary antibody conjugated with Au nanoparticles was then used in a typical sandwich-ELISA format, thereby resulting in an increased sensitivity, mostly likely due to the fact that Au-NPs are negatively charged in suspension.

Finally, an OECT DNA sensor has been developed by Lin et al. [START_REF] Bolin | Active Control of Epithelial Cell-Density Gradients Grown Along the Channel of an Organic Electrochemical Transistor[END_REF] Figure 1.9c shows the layout of the device, which consists of an OECT with integrated microfluidics on top of a flexible polyethylene terephthalate (PET) substrate.

Single stranded DNA was immobilized on the gate, with a second gate was used as a control. Figure 1.9d shows a transfer curve, in which the gate voltage needed to de-dope the channel shifts to higher values after immobilization and hybridization of the complementary DNA strand. The mechanism of sensing is as described above; owing to its charge, the DNA affects the capacitance at the interface between gate and electrolyte, and thus shifts Vg,eff. A similar mechanism was also shown by Liao et al., for the detection of diatoms, a type of algae found in sea water. [START_REF] Khodagholy | In vivo recordings of brain activity using organic transistors[END_REF] An interesting observation was that PEDOT:PSS appeared to promote diatom growth when compared with simple glass slides. c,d, reproduced from [79], with permission from [Wiley Online Library])

OECT coupled with whole cells for electrophysiology

In this section, work related to the coupling of OECTs with live mammalian cells will be discussed, rather than individual biomolecules or macromolecules as in the previous section. This section has been split into two subsections; integration with non-electrogenic cells for monitoring toxicology/diagnostics, and, integration with electrogenic cells such as cardiomyocytes and neurons. In the former case, the OECT is used to measure a 'passive' electrical property of the cells, whereas in the latter, the OECT is measuring active electrical properties of the cells, with applications both in vitro for toxicology/diagnostics, but also in vivo for potential therapeutics.

Integration of OECTs with non-electrogenic cells

The first report of OECTs with live mammalian cells was by Bolin et al. [START_REF] Jimison | Measurement of barrier tissue integrity with an organic electrochemical transistor[END_REF] MDCK (Madin Darby canine kidney) epithelial cells were seeded along the channel of an OECT and the device was used to bias the channel such that an electrochemical gradient was produced. Depending on the redox potential of discrete areas of the channel, differential cell adhesion was observed, illustrating the potential for conducting polymers with electrically tuneable surface properties in controlling adhesion of cells. A non-trivial issue associated with this work was the demonstration by the authors that live cells grow and proliferate on conducting polymer devices, indicating the biocompatibility of the materials used. Long term stability of these devices in cell culture media has also been demonstrated. 21 Subsequent integration of OECTs with live cells have focused on the sensitivity of the devices to changes in biological ion flux, a parameter which can be used for monitoring the integrity of mammalian cells, as the flow of ions is tightly regulated in tissues and dysregulation is often a sign of disease or dysfunction. In particular, OECTs have been used as an alternative technology for sensing barrier tissue integrity, monitoring variations in paracellular ion flux with stateof-the-art temporal resolution and high sensitivity. Barrier tissue is composed of epithelial or specialized endothelial cells whose role is to modulate ion flux between different bodily compartments. As this role is often compromised during toxic events, monitoring of this tissue is very interesting for diagnostics/toxicology. In a first instance, Jimison et al., [START_REF] Tria | Dynamic monitoring of Salmonella typhimurium infection of polarized epithelia using organic transistors[END_REF] integrated epithelial cells grown on filter supports with the OECT, using a model of the gastrointestinal tract Caco-2 cell line which is established as a barrier tissue model (figure 1.10a). This configuration is compatible with existing barrier tissue characterization and toxicology methods and protocols which frequently use filter supports as they mimic the polarized nature of the cells in vivo where they separate different functional compartments (e.g. gastrointestinal tract from blood stream). The OECT ionic circuit on the addition of barrier tissue is shown schematically in figure 1.10b, with the cell layer represented as a resistor and capacitor in parallel. In this way, the OECT uses the ionic to electronic transduction to measure changes in the impedance of the ionic circuit. Application of a positive gate voltage Vg leads cations from the electrolyte, in this case cell culture media, into the conducting polymer channel thus de-doping it. The transient response, which gives the time of how fast the channel will be dedoped, can be quantified by the time constant (τ = RC). The τ depends on the capacitance of the channel and the resistance of the electrolyte. The presence of the barrier tissue modifies the ionic flux, due to the addition of additional capacitor and resistor (figure 1.10b) and the drain current by inducing a slow response thus increase in the τ. 43 

cartoon illustrating infection with wildtype (WT) (left) and non-invasive S. typhimurium (right). g. mean normalized response (τ) of the OECT in the presence of WT (left) and non-invasive S. typhimurium (right) at different MOI over 4 h, bacteria were added at t = 0. Non-infected represents OECT + cells with no added bacteria. Non-infected cells are in cyan, MOI: 10 in blue, MOI: 100 in purple, and MOI: 1000 in red. (e, f, g, reproduced from [83], with permission from [Wiley Online Library])

The disruption of barrier tissue (illustrated schematically in figure 1.10c), related to the destruction of protein complexes between the cells, was also demonstrated upon addition of hydrogen peroxide (H2O2), a known oxidant. Figure 1.10d illustrates the high temporal resolution of the OECT in monitoring barrier tissue disruption, from one pulse to the next. Monitoring of the Id response to the gate voltage was normalized as a function of time in the presence of both H2O2 and a second toxin, ethanol, and shown to have greater sensitivity than traditional methods. The effect of EGTA (Ethylene glycol-bis(beta-aminoethyl ether)-N,N,N',N'-tetra acetic acid) known to affect paracellular ion transport pathways and trans epithelial resistance of cells has also been demonstrated with the OECT. [START_REF] Tria | Sensing of barrier tissue disruption with an organic electrochemical transistor[END_REF] Dose dependent responses to addition of EGTA were detected and validated against existing commercially available electrical impedance spectroscopy shown significant advantages of the OECT in terms of temporal resolution. A visual demonstration of the OECT fabrication and operation for monitoring barrier tissue disruption by EGTA has also been reported. [START_REF] Tria | Sensing of EGTA Mediated Barrier Tissue Disruption with an Organic Transistor[END_REF] For non-acute diagnostics applications, where time scales for readouts exceed minutes and may actually extend to days or even weeks, not only the stability of the sensor, but also the environmental conditions for measurement must be respected. To test the stability of the OECT and assess suitability for long term measurements of an OECT, Tria et al., transitioned the device to a format compatible with operation in physiological conditions, and to cope with the many varying parameters inherent to biological systems, the number of devices operated simultaneously was scaled-up (figure 1.10e). [START_REF] Lin | The Application of Organic Electrochemical Transistors in Cell-Based Biosensors[END_REF] This system was used to successfully monitor the kinetics of integrity of the same gastrointestinal model after infection with the pathogenic organism Salmonella typhimurium (illustrated in figure 1.10f), while a non-pathogenic Salmonella bacterium showed no response regardless of the concentration added (figure 1.10g). The experiment was also carried out in milk, a complex matrix containing many different compounds including proteins and fats; the OECT operation and detection of Salmonella typhimurium remained robust, unlike a leading commercially available alternative based on electrical impedance scanning using stainless steel electrodes.

OECTs show promise for applications requiring rapid and dynamic detection of variations in ion flow. The examples cited up until now have involved integration of the cells on a filter, physically separated from the device by the electrolyte, using a top-gate format. Another approach to measure the integrity of cells is to seed the cells directly on device, either with a top-gate format, or with a sidegate. This former principle was used by Lin et al., and the device was shown to detect cell attachment and cell detachment by shifting the Vg, eff values, via a mechanism similar to that used by Yan and co-authors for detecting antibody/DNA binding. [START_REF] Yao | Organic Electrochemical Transistor Array for Recording Transepithelial Ion Transport of Human Airway Epithelial Cells[END_REF] Again, the stable operation of the OECT in cell culture medium was confirmed, as well as the ability to support cell growth, in this case two cell lines: human esophageal squamous epithelial cancer cells and fibroblasts. In a similar configuration, Yao et al., [START_REF] Ramuz | Combined optical and electronic sensing of epithelial cells using planar organic transistors[END_REF] show the integration of human airway epithelial cells with the OECT. Cells were seeded directly on an OECT arrayand the cells directly above the PEDOT:PSS channel were postulated to be suspended over the channel with a gap formed below (figure 1.11a). The authors investigated the dose response of transepithelial ion transport to forskolin, an agonist which causes opening of the CFTR (cystic fibrosis transmembrane conductance regulator) channel (figure 1.11b), a major contributor to transcellular ion transport. The transport of Na + ions from the basolateral compartment to the apical compartment resulted in a change in the channel current, which the authors converted to an effective gate voltage change. Ramuz et al., combined optical and electronic sensing of epithelial cells using OECTs with both the gate and the channel in the same plane, both consisting of PEDOT:PSS. [START_REF] Campana | Electrocardiographic recording with conformable organic electrochemical transistor fabricated on resorbable bioscaffold[END_REF] This circumvents an issue for long-term operation of devices using Ag/AgCl electrodes which were demonstrated to be toxic to live cells for periods > 10 hours. [START_REF] Lin | The Application of Organic Electrochemical Transistors in Cell-Based Biosensors[END_REF] MDCK I cells were seeded directly over an area comprising both the channel and the gate. The authors demonstrated the possibility for continuous measurements of ion flow in epithelial cells coupled with optical imaging of the cell layer on the device, due to the transparent nature of the PEDOT:PSS film (figure 1.11c). Further, the measured electrical signal is demonstrated to be due to tight junction-related barrier tissue formation and not due to simple cell coverage as the presence of cells on the active area of the OECT does not change the transistor response to gate pulse voltage unless the cells present barrier tissue properties. A corollary of this work is that high resolution imaging of cells is possible on PEDOT:PSS films, not only in bright field mode, but also for fluorescence imaging (figure 1.11d) and is highly valuable for definition of molecular mechanisms in biological systems. [88], with permission from [Wiley Online Library])).

Figure 1.11: Non electrogenic cells in direct contact with OECTs: a. illustration of polarized Calu-3 cells with tight junction sitting on the PEDOT:PSS transistor channel of an OECT b. In situ OECT response with (red) and without (black) Calu-3 cells upon the addition of 1 μM CFTR agonist forskolin. Transistor channel current change was converted to effective gate voltage change. (a, b reproduced from [87], with permission from [Wiley Online Library]). c. Microoptical images of MDCK-I on top of the OECT channel area (the darker horizontal line in the middle of the picture corresponds to the PEDOT:PSS channel) and corresponding electrical characteristics with a measurement taken every 3h. d. Illustrative example of high resolution fluorescence imaging possible on PEDOT:PSS devices. HeLa cells (left) and immortalized human fibroblasts (right) (c, d, reproduced from

OECT for stimulation and recording of electrogenic cells

Electrical stimulation and recording of nerve tissue and neural activity have provided valuable information about physiological and pathological functions of the body and brain. Typically, these recordings are performed with metal electrodes. [START_REF] Jasper | Evaluation of EEG and cortical electrographic studies for prognosis of seizures following surgical excision of epileptogenic lesions[END_REF] For example, the main technique to record cardiac activity, electrocardiography (ECG), uses electrodes in contact with the skin which provide information about the normal function or abnormalities of the heart.

OECTs include advantages that can overcome many limitations in electrophysiology. First of all, the low temperature fabrication of OECTs enables devices on flexible, biocompatible, and biodegradable substrates. Campana et al., [START_REF] Gilletti | Brain micromotion around implants in the rodent somatosensory cortex[END_REF] fabricated OECTs on flexible, resorbable poly(L-lactide-co-glycolide) substrates for ECG recordings. Figure 1.12a shows the layout of the measurements and the raw signal compared to the theoretical heart pulse. In this work, the gate of the OECT was placed directly on skin close to the heart at a constant positive potential (Vg = 0.5 V) relative to the ground potential of the body, while the transistor channel was placed on the forearm at a negative potential (Vd = -0.3 V) relative to the ground. Every heartbeat creates an additional potential which modulates the Vg,eff seen by the channel and result in a clear de-doping of the channel. Conductive gels are usually used as an interface between the skin and channel in order to increase the adhesion for long-term measurements. Figure 1.12b shows how the fabrication of the device on a flexible substrate improves the contact with the skin which is desirable for recordings of freely moving subjects. Furthermore, the use of biodegradable materials can push to implantable devices that can be used for recording or stimulating electrogenic cells.

For the brain, there are three main electrophysiology recording techniques: electroencephalography (EEG) which utilizes electrodes in contact with the skin, electrocorticography (ECoG) which utilizes electrodes in contact with the surface of the brain, and stereoelectroencephalography (SEEG) which utilizes probes that penetrate deep in the brain. [START_REF] Leleux | Organic electrochemical transistors for clinical applications[END_REF] Depending on the nature of the signal of interest, or the size of the neural population to be interrogated, or the invasiveness / goal of the measurement, EEG, ECG or SEEG may be selected. Most of the electrodes currently used are relatively inflexible, anchored in the skull, and do not follow the movements of the brain. Moreover, the recording quality usually deteriorates over time, due to the tissue injury and reaction of the immune system to the electrode. 92 A primary challenge is to form a good contact with the brain. This can be achieved by using flexible electrodes that conform to the shape of the brain surface. 28 Other requirements are to obtain high quality and stable overtime recordings, i.e through the use of more biocompatible materials, and of course amplification of neuronal signals necessary to detect low magnitude signals of interest. As a proof of concept, Khodagholy et al., 51 demonstrated implantable OECTs for ECoG recordings. A conformal device, consisting of integrated electrodes and OECTs array, was placed on the surface of the brain of an epileptic rat (figure 1.12c). The dimensions of the devices are on the order of few micrometers, fabricated on top of a 2 µm polymer substrate. Figure 1.12d shows that the signal to noise ratio of the organic electrochemical transistor was far superior compared to the electrodes. Furthermore, the OECT could record low amplitude signals and fast signals from the interior of the brain that the electrodes were unable to detect, hitherto only recordable by depth probes (SEEG). Finally, a recent publication has demonstrated the use of an OECT to monitor cardiac rhythm, eye movement, and brain activity in a human volunteer (figure 1.12e-f). 93 The device showed a high transconductance operation at low gate voltage, which simplified the wiring, as it necessitated only one power supply to bias the drain.

Figure 1.12: OECTs for measuring electrogenic cells: a. ECG recording with an OECT operated in direct contact with the skin. b. Photograph of the device showing its transparency and adaptability when attached to human skin. (a, b, reproduced from [90], with permission from [Wiley Online Library]) c. Optical micrograph of the ECoG probe placed over the somatosensory cortex, with the craniotomy surrounded by dashed lines. Scale bar, 1mm d. Recordings from an OECT (pink), a PEDOT:PSS surface electrode (blue) and an Ir-penetrating electrode (black).

The transistor was biased with Vd = -0.4 V and Vg = 0.3 V, and the scale of 10mV is for both surface and penetrating electrodes. Note the superior SNR of the OECT as compared with the surface electrode. (c, d, reproduced from [51], with permission from [Nature Publishing Group]). e. Wiring configuration chosen for the EOG measurement, recording of electrical activity during left/ right eyeball movements, recording of electrical activity during up/down eyeball movements. Both up/ down (red) and left/ right (blue) activities are measured. f.

Wiring configuration used for the EEG measurement, along with recording of spontaneous brain activity (top) showing the alpha rhythm, and associated timefrequency spectrogram (bottom), Fourier analysis of a 3min recording. (e, f, reproduced from [93], with permission from [Wiley -VCH])

Conclusions

Bioelectronics is a growing interdisciplinary field which aims to interface electronics and biology, improving current biomedical tools. The particular niche for organic electronic materials in integration with biological materials or use in biomedical applications comes from a host of beneficial properties unique to these materials in contrast to traditional electronic materials. The underlying notion of amplification, a pre-requisite in biosensing, pushes towards active devices (transistors) rather than passive devices (electrodes). The organic electrochemical transistor lies at the heart of this field principally because of the intimate nature of the interface with biological components, where the biological milieu comprises an integral part of the device, and ions from this milieu are the key to the operation mechanism of the OECT. Improved signal transduction and amplification are common themes in the research cited above, demonstrated repeatedly for the OECT in a wide variety of formats and applications. Stability is a highly valued characteristic for biosensing, and the OECT has been shown to operate stably in a variety of different electrolytes, include complex cell media, seawater and even milk. Long term operation in these electrolytes on the scale of days to weeks has also been possible.

The OECT is a current to voltage transducer; small changes at the input (ΔVg,eff) result in big changes at the output (ΔId). OECTs exhibit high transconductance values, essentially high gain, and by tuning the geometry and the size of the channel, the transconductance and the time response can be optimized. Different modes of operation depend on how the effective gate voltage (Vg,eff) shifts. For example, the Vg,eff can be modulated by changes in the resistance of the electrolyte, charge transfer to the gate, or sensing of an additional external ΔVg signal. Using this principle, OECTs have been used as ion-sensors, enzymatic sensors, DNA sensors, immunosensors, and pathogen sensors. Further, OECTs have been integrated with individual cells, tissues, and even whole organs. Application dependent tuning is a very important benefit of the use of conducting polymers, which are amenable to chemical modification, biofunctionalisation, and fabrication using a wide variety of techniques on different substrates. Compatibility with photolithographical techniques also facilitates fabrication of micron-scale devices, particularly interesting for monitoring of cells in vitro and in vivo, as well as for high-throughput device arrays.

Although considerable progress has been made in the past decade on the development of OECTs for biological applications, numerous challenges remain. These include the development and implementation of novel active materials (conducting polymers) with improved properties in terms of conductivity, stability, patterning, resorbability etc. Another significant challenge lies in the fabrication of circuits for integrating sensors with multiplex miniaturized arrays, as well as integration of circuits that will potentially power, record, and transmit the recordings. Future applications for OECTs are expected to further exploit the beneficial properties of these devices, with significant potential in tissue engineering for in vivo applications. However, more challenges are to be addressed such as integration of sensor-OECTs with measurement systems as well as further improving stability of the biological elements such as enzymes. Although, the first wave of industrial prototypes in the biomedical arena is anticipated imminently. Conducting polymers discovered in the 1970s 1 have shown widespread promise in their use as electrically active materials at the interface with biology. The significant rise in the use of conducting polymers in biomedical and bioengineering applications is due to inherent properties that make these materials ideal for interfacing with biological systems 2 . The 'soft' nature of conducting polymers assures compatibility with flexible substrates, and allows for good mechanical matching with delicate biological tissue. The unique ability of organic electronic materials to conduct ions, in addition to electrons and holes, facilitates their communication with biological systems, which rely heavily on ion fluxes. Furthermore, as Van der Waals bonded solids, these materials are capable of forming ideal interfaces with electrolytes, without disruptive dangling bonds or oxides and leading to improved electronic sensitivity and reduced noise. Finally, the ability to chemically tune both molecular architecture and film microstructure allows for significant flexibility when optimizing materials for a specific application.

There exist many examples of conducting polymers in contact with mammalian cells for applications in tissue engineering 3 . The bulk of the literature has focused on the relatively passive use of conducting polymers as coating materials for interface optimisation [4][5][6][7][8] . Recent applications have exploited the unique attributes of conducting polymers to realise new devices with novel capabilities.

Smart conducting polymer surfaces can be used to control cell adhesion, proliferation and migration [9][10][11] . Organic electronic ion pumps (OEIPs) that can precisely control the flow of ions have been used to deliver neurotransmitters in the inner ear of a guinea pig [12][13][14] . The organic electrochemical transistor (OECT), first introduced in 1984 15 has proven to be an extremely versatile device for interfacing with biological systems 16 . OECTs are being developed for a variety of biosensing applications, including ion detection 17,18 enzymatic sensing [19][20][21] and whole cell sensing. 22 The vast majority of OECTs are fabricated from poly(3,4-ethylenedioxythiophene) (PEDOT). This semiconducting polymer is degenerately p-type doped and rendered conducting with negative dopant ions, which stabilize positive holes on the conjugated backbone and balance overall charge. Common dopants include poly(styrenesulfonate) (PSS) and the tosylate anion (TOS). PEDOT doped with either PSS or TOS has shown considerable promise with respect to electrical properties, biocompatibility, and film stability and are therefore appropriate for applications in biological interfacing.

In order to further improve the material/tissue interface, there is a concerted effort to add increased biofunctionality by incorporating bioactive species into the conducting polymer. Such additives can include peptides and proteins for the purpose of encouraging cell adhesion [23][24][25][26] and directing axon growth 27 or enzymes for the purpose of bactericidal properties or sensing capabilities 28 . The bioactive species can be incorporated into the conducting polymer film in a number of ways. A commonly used method is to add the desired species to the electrolyte solution during electropolymerisation 29 . In this way, the bioactive species are entrapped in the conducting polymer films during growth, and often serve as a dopant or co-dopant. However, bulky biochemical molecules can have a disruptive effect on the final film. The incorporation of neural growth factor with ligands into PEDOT films via electropolymerization has been shown to result in both decreased electroactivity and poor mechanical properties 30,31 , attributed to the change in polymerisation rate upon the addition of the biomolecule. Similarly, while the incorporation of hyaluronic acid (HA) into Polypyrrole (Ppy) via electropolymerization was found to encourage angiogenesis, the resulting composite film was brittle and conductivity was reduced by four orders or magnitude 27 . An alternative to molecular entrapment is to employ covalent tethering of the bioactive species to the semiconducting polymer using carboxylic acid ligand binding. For this purpose, films of Ppy with carboxylic acid functional groups, Ppy(COOH) were electropolymerised 32 . However, along with increasing functionality, Ppy(COOH) was shown to have a slightly lower doping level and drastically lower conductivity compared to Ppy. The degradation in electrical properties was attributed to the decrease in the polymerization rate and disruption of the Ppy molecular planarity caused by the additional functional group.

Enhancement of the CP-tissue interface will allow for more stable, reliable and functional bioelectronics materials. However, this improvement should not come at the cost of electronic performance. Ideally, the electronic properties of a conducting polymer should be maintained, or even better, improved, on addition of the bioactive species. Vapour phase polymerisation (VPP) is an in situ polymerisation technique, in which an oxidant is used to coat a surface on which the EDOT monomer is then sourced, leading to the formation of a conducting polymer film 33 . This simple technique lends itself well to the incorporation of various additives to the conducting polymer film. Recent studies have demonstrated that mixing other molecules with the oxidant results in composite films, in which the additive is intimately incorporated in the conducting PEDOT matrix [34][35][36] . Moreover, a correctly chosen additive can serve to enhance the microstructure and electronic properties of the CP. In this study, we show that on addition of PEG to PEDOT:TOS, electroactivity is maintained and the conductivity is improved. OECTs were fabricated with the composite films, and modulation was identical compared to neat PEDOT:TOS films. PEG is a biocompatible material often used in tissue engineering applications, whose alcohol groups can be readily activated for subsequent functionalization of bioactive species 37 . The incorporation of PEG into PEDOT:TOS films provides a means to achieve specific binding of a bioactive species, without negatively affecting the conducting polymer microstructure or electronic structure. In this approach, the protein is introduced after film fabrication, and is therefore not exposed to the harsh temperatures and solvents associated with in-situ polymerisation techniques. We believe the PEDOT:TOS-PEG composites in this work can act as an ideal platform for interfacing organic electronics and biological systems.

Vapor Phase Polymerization (VPP)

PEDOT:TOS, PEDOT:TOS:PEG and PEDOT:TOS:PEG(COOH) composites were fabricated by vapor phase polymerization (VPP) according to a previously published protocol (figure 2.1) 35 . Briefly, a solution consisting of Fe(III) tosylate dissolved in butanol was used as the oxidant for the polymerization of EDOT, with pyridine as a weak base in order to stabilize the polymerization. Poly(ethylene glycol) was dissolved in a small amount of water before being added to the oxidant solution. The ratio of PEG to PEDOT was estimated on the basis that it requires 2.25 moles of Fe(III) to produce 1 mole of PEDOT 38 . The amount of PEG added to each oxidant solution was chosen in order to achieve films with 30%, 50% and 70% PEG content as compared to PEDOT. For purposes of lowering final film thickness, the oxidant solutions were diluted with ethanol.

To promote adhesion between the final PEDOT film and the substrate, glass slides were coated with plasma polymerised maleic anhydride 39 prior to deposition of the oxidant solution. The oxidant solution was spun onto the substrates at 1500 rpm for 30 sec and placed directly in the vapour phase polymerisation chamber without a drying step. The vaporisation chamber, containing EDOT monomer (was kept in an oven at 70°C, at ambient pressure.

EDOT was allowed to polymerise on the coated substrates for 30-40 minutes, at which point samples were removed from the polymerisation chamber and rinsed twice in ethanol to remove excess Fe(III)Tos and unpolymerised EDOT monomer. 

Characterization of films and devices

To further investigate electrical performance, composite films of PEDOT:TOS and PEG were prepared with various PEG to PEDOT ratios: 0% PEG, 30% PEG, 50% PEG and 70% PEG (referred to as PEDOT:TOS, PEDOT:TOS-30PEG, PEDOT:TOS-50PEG and PEDOT:TOS-70PEG, respectively). For the range of PEG content measured in this study, the film conductivity was found to increase with increasing PEG concentration (figure 2.2a). These data confirm previous observations of increasing PEDOT conductivity on the addition of PEG 35,36 , and similar non-conducting materials [40][41][42][43] . This effect has been attributed to a number of factors relating to film microstructure and energetics. As observed previously, we saw that the addition of PEG suppresses the formation of µ-scale domains (figure S2.1), presumably providing a smoother energetic landscape for charge transport. Perhaps the most important factor for the increase in conductivity is the decrease of the solid-solid phase transition temperature by as much as 70°C observed for PEDOT-PEG blends compared to PEDOT alone 35 . This strongly implies that the order of PEDOT in the blended materials is maintained, but the energy required to disrupt this order is significantly reduced. Thus, the composite materials are more suitable for undergoing the necessary conformational changes along the conjugated backbone required for efficient charge transfer.

Having established an increase in the conductivity, we wanted to validate the potential of PEDOT:TOS-PEG as the active material in an OECT. As mentioned in the introduction, OECTs are an important device in the field of bioelectronics, used for biosensing and ionic signal transduction. OECTs are comprised of a conducting polymer film acting as the transistor channel, with metallic source and drain electrodes. The CP, in this case PEDOT:TOS or PEDOT:TOS-PEG, is in direct contact with an electrolyte, and a gate electrode is submersed in the electrolyte. The application of a positive gate-source bias encourages migration of ions: tosylate anions leave the polymer film as cations from the electrolyte enter the polymer film. Both of these actions serve to de-dope the CP. As the number of mobile holes is reduced, the drain current decreases. In this way, the OECT translates changes in ion flux to a change in electrical current, making it an ideal platform for the integration of electronics and biological systems.

We fabricated OECTs with PEDOT:TOS and PEDOT:TOS:PEG. The transient response of the OECT drain current to a square gate voltage pulse for films with different PEG to PEDOT ratios is shown in figure 2.2b. As discussed above, the addition of PEG results in an increase in film conductivity. This is manifest as a shift in the steady state drain current of the device on the addition of PEG. On application of the positive gate voltage, all devices show efficient de-doping, as evidenced by rapid decrease in drain current. Upon removal of this voltage, the drain current recovers to the original steady state value. The surface plot in figure 2.2c illustrates the effect of both applied gate voltage and film composition on the transistor response (defined as the change in drain current on application of a positive gate voltage, normalised by the baseline current). In all films, an increase of the gate voltage results in an increase of the normalised modulation, while the PEG content has a negligible effect.

It has been demonstrated previously that OECT behaviour can be modelled as a combination of an electronic circuit, which accounts for hole transport in the polymer channel, and an ionic circuit, which accounts for the ionic transport from the electrolyte to the polymer channel 44 . As a simple approximation, the behaviour of the ionic circuit resembles that of an RC circuit, with R determined by the resistance of the electrolyte and C being an effective capacitance of the channel/electrolyte interface (in the case where a Ag/AgCl electrode is used as the gate). The time response of the device to a square voltage pulse on the gate is related to charging of that "effective" capacitor, and it is related to the ability of the polymer channel to store charge. Data shown in figure 2.2b and 2.2c shows that the addition of PEG does not alter the RC time. From a physical perspective, this implies that the PEG content presents no additional barrier for ion migration both into and out of the film during the de-doping/doping process. The efficiency of the doping and de-doping process is further evidenced by the very high transconductance (average of 768 µS, or 274 µS/mm when normalised for channel width) measured in the OECTs, which is an order of magnitude greater than that of typical organic field effect transistors 45 .

The data presented here assures that the addition of PEG is not harmful to device performance, and in fact, improves conductivity. Since our efforts are directed towards organic electronic devices for biological applications, it is also necessary to determine the biocompatibility of these composite films. It has been observed previously that unpolymerised EDOT monomers can be toxic to cells 46 , but once polymerised, PEDOT is generally accepted to be cytocompatible. 

Biofunctionalization of the films

To address the need for conducting polymer surfaces with specifically covalently incorporated proteins we carried out preliminary work to biofunctionalise the surface of our composite materials by taking advantage of the readily activated alcohol groups on the PEG. Namely, composites comprised of PEDOT:TOS and a carboxylic acid functionalised PEG, referred to as PEG(COOH), were made. XPS data confirms that incorporation of 70% PEG into PEDOT:TOS films (both PEG-COOH and PEG) results in a surface layer of approximately 18-20% PEG. In the PEDOT:TOS:PEG(COOH) composite, approximately 2% of the total carbon can be attributed to the COOH groups. EDC/NHS (EDC: N-(3-Dimethylaminopropyl)-N′-ethylcarbodiimide hydrochloride/ NHS: N-hydroxysuccinimide) chemistry was used to incorporate fluorescent proteins onto these surfaces via the carboxyl groups present in the functionalised PEG. EDC reacts with carboxylic acid groups in the presence of NHS to form a stable amide bond between the carboxyl group and ubiquitous primary amines found in all proteins. Subsequent stringent wash steps were included (3X PBS washes, one wash with PBS containing detergent, followed by a wash step with 0.5M NaCl) in attempt to exclude the possibility of electrostatic binding of proteins to the surfaces tested. A standard curve carried out using the fluorescent antibody serially diluted and quantitated for fluorescence in solution, in an identical well, on a PEDOT:TOS coated film -data not shown) was used to approximate the protein bound, with the maximum amount found to correspond to approximately 1µg of protein. The amount of protein coupled is low; however, this is something that may be optimised for future experiments. The data shown in figure 2.3 show the fluoresence intensity of four different surfaces: PEDOT:TOS-PEG with COOH (PTP-C), PEDOT:TOS-PEG without COOH (PTP), PEDOT:TOS alone (PT), and PEDOT:TOS coated with plasma polymerised maleic anhydride (PT-MA). It can be seen that the PEDOT:TOS:PEG(COOH) surface has a low level of specific binding of protein, which does not occur in the absence of the EDC/NHS treatment. In contrast, the PEDOT:TOS-PEG surface does not show any difference between the control or the EDC/NHS treated surface. Interestingly, a PEDOT:TOS surface, tested as a control, showed specific binding of protein in the presence of EDC/NHS treatment, but not without this treatment. As an additional control, we coated a PEDOT:TOS:PEG surface with plasma polymerised maleic anhydride, which has been shown to result in high concentrations of carboxyl groups on the surface 39 . Indeed, this sample exhibited the highest fluorescent intensity, indicating that -COOH groups are covalently bound with the protein. We believe that both PEDOT, and -COOH groups on the PEG are participating in the EDC/NHS chemistry, forming specific linkage with the protein. While further elucidation of this reaction mechanism is necessary, we are currently presented with at least directions to proceed. First, we could substitute the functional group on the PEG and use orthogonal chemistry that does not interfere with the PEDOT. Second, we could specifically block the PEDOT functional groups before proceeding with the PEG functionalization. Finally, we could take advantage of the unexpected specific binding allowed with EDC/NHS chemistry, and functionalize the PEDOT itself.

Discussion

In this work we have demonstrated that composite materials comprised of the conducting polymer PEDOT:TOS and the nonconducting polymer PEG show electrical properties equal or superior to PEDOT:TOS alone. We showed that these composite materials are biocompatible through rigorous direct and indirect tests and that the degree of biocompatibility is not dependent on the concentration of PEG. Furthermore, we have demonstrated the potential of the incorporated PEG to provide an avenue for the specific incorporation of biomolecules onto PEDOT:TOS surfaces in a manner that is compatible with the sensitive nature of most of these moieties. We believe the development of PEDOT:TOS:PEG biofunctional materials can lead to the improvement of biomaterials and bioelectronic devices.

Experimental section

Vapor Phase Polymerisation of PEDOT:TOS composites: PEDOT:TOS, PEDOT:TOS:PEG and PEDOT:TOS:PEG(COOH) composites were fabricated according to a previously published protocol 35 . Prior to VPP, an oxidant solution was prepared. Fe(III)tosylate (40 wt% in solution with butanol, Yacoo Chemical Company) was used as the oxidant, with pyridine (Sigma; used as received) as a weak base in all solutions. Poly(ethylene glycol) and PEG(COOH) (PEG, Mn = 20000, and PEG(COOH), Mn = 600, Sigma Aldrich) were dissolved in a small amount of water before being added to the oxidant solution. The amount of PEG added to each oxidant solution was chosen in order to achieve films with 30%, 50% and 70% PEG content as compared to PEDOT. For purposes of lowering final film thickness, the oxidant solutions were diluted with ethanol. To promote adhesion between the final PEDOT film and the substrate, glass slides were coated with plasma polymerised maleic anhydride 39 prior to deposition of the oxidant solution. The oxidant solution was spun onto the substrates at 1500 rpm for 30 sec and placed directly in the vapour phase polymerisation chamber without a drying step. The vaporisation chamber, containing EDOT monomer (HD Stark or Yacoo Chemical Company) was kept in an oven at 70°C, at ambient pressure. EDOT was allowed to polymerise on the coated substrates for 30-40 minutes, at which point samples were removed from the polymerisation chamber and rinsed twice in ethanol to remove excess Fe(III)Tos and unpolymerised EDOT monomer.

Conductivity Measurements: Conductivity measurements were performed by measuring the resistance across PEDOT:TOS and PEDOT:TOS:PEG samples of defined length and width. The thicknesses of the films were measured using profilometry and final film thickness values used in calculations were averaged from at least three measurements. Conductivity values shown were averaged over at least 5 separate samples.

OECT Fabrication and Characterisation: OECT fabrication consisted of first defining a conducting polymer channel on a glass substrate. Polymethyldisiloxane (PDMS) was used to define the well (active channel area: ca. 16 mm².) Phosphate buffered saline (PBS) was used as the electrolyte. Ag/AgCl was used as the gate electrode. Transistor characteristics were measured using a Keithley 2612A Sourcemeter and customised Labview software. Transient measurements were carried out in two ways. In the first method, the drain-source voltage (VDS) was kept at -0.2 V, while a square voltage pulse of 0.3 V for a duration of 5 sec was applied to the gate (VGS), allowing 10 sec recovery periods. In a second measurement, the gate voltage was stepped from 0.1 to 0.5 V in intervals of 0.1 V, while maintaining a drain voltage of -0.2 V and the same duty cycle as the previous measurement. Transconductance values were extracted from the maximum of the derivative of the steady state transfer curves, at a drain voltage of -0.6 V.

Biofunctionalisation: A sixteen well incubation chamber was affixed to PEDOT:TOS and PEDOT:TOS:PEG composite films on glass substrates. An alexa-fluor labeled Donkey Anti-Rabbit igG Antibody was used for coupling experiments (Aex578 nm/Aem 603 nm) (Invitrogen; 2 mg/ml). A solution of EDC (Sigma; 0.4M in DI water) and NHS (Sigma; 0.1M in DI water) was prepared and 100 µl was added to each well (8mm 2 ), with three replicates for each condition. 100 μl of DI water was used as a control in an additional three wells. Reactions were allowed to proceed at room temperature for 1 hour. EDC/NHS was then removed and samples were rinsed once with 1X PBS. Next, 100 μl of protein solution at 0.1 mg/ml were added inside the wells. The samples were covered with aluminum foil and left to incubate for two hours at room temperature. The antibody was then removed and the samples were rinsed three times with PBS, followed by a rinse with PBS-T (0.05% Tween-20). Finally, samples were rinsed with PBS with NaCl adjusted to 0.5M. Fluorescence measurements were performed using a spectrofluorimeter (Tecan Infinite® M1000).

Stuffing of biomolecules and enzyme in PEDOT:TOS for enhanced cell adhesion and for 3 rd generation enzymatic sensors

Cellular adhesion is an important process, both for adhesion to substrates and adhesion to adjacent cells. Interactions between cells and their support generate contractile forces which are transmitted through the substrate by mechanotransduction 47,48 . The surface of the substrate can also change the interactions and induce an internal reorganization of cellular architecture. The behaviour of cells on surfaces of varying rigidity or 'hardness' can be indicative of a particular phenotype: for example, the growth of cells on "soft" gels is now used as a means to identify cancer cells 49 . Cell-cell interactions are mediated by tight contacts and are crucial for cell morphology, function and growth. However, this adhesion is dependent on the interaction between cells and extracellular matrix (ECM) proteins which are known to support cell attachment and growth 50 . ECM proteins include fibronectin, laminin and collagen. Gelatin is a derivative of collagen, one of the most well-known ECM proteins.

One cell type known to require gelatin for adhesion are capillary endothelial cells of the blood brain barrier (BBB). The BBB is a dynamic, physiological and metabolic barrier separating the blood from the central nervous system and is essential for maintaining brain homeostasis and enabling proper neuronal function. The BBB consists of endothelial cells lining the blood vessels (or capillaries) in the brain 51 . This barrier is very selective and impermeable. However when this barrier is altered, diseases such as Alzheimer's, Parkinson's, and other neurodegenerative disorders can occur 52 . A limitation of current treatments in the field of neurology is an understanding of the complex functioning of the central nervous system and its interaction with the BBB. Thus, as in other tissue engineering strategies, the ability to develop an in vitro BBB model environment becomes a key element for successful tissue engineering 53 .

A wide variety of bio-materials are used in tissue engineering and it is known that the choice of materials can influence the behavior of cells 54 . CPs have frequently been studied as a potential new material in tissue engineering due to their ability to conduct ions and electrons, with potential applications in electrically controlled drug release 55 , release of cells from surfaces 56 , controlled alignment of muscle fibres 57 and many more 3 . For example, Schmidt et al. demonstrated that the CP polypyrrole created topographical cues for neuronal cells and had an effect on axon orientation 58 . Several groups have made composites between CPs and biomolecules, frequently via electropolymerisation, through incorporation of the desired species in the electrolyte solution. 29 Often, the goal for incorporation of the biospecies is to improve the interface with the CP. Although certain cell types have been demonstrated to grow directly on CPs including epithelial cells 55 , endothelial cells 59 ,human breast cancer cells and fibroblasts 10 , often ECM proteins are coated onto the substrates to enhance adhesion. Certain cells adhere very poorly even to tissue culture treated plastic substrates, a surface that has been specially treated (by a corona discharge) to encourage cell growth, therefore necessitating the addition of an exogenously added ECM protein. When adding biospecies to CPs, two concerns must be addressed. First, the functionality of the biospecies should not be damaged during the polymerization process, nor during subsequent processing steps. Second, the electrical properties of the CP should not suffer due to the incorporation of the biomolecule. Previous incorporation of proteins such as growth factors or ECM proteins into PEDOT films via electropolymerisation has been shown to result in both decreased electroactivity and poor mechanical properties 30,31 attributed to changes in rate of polymerisation. Incorporation of the ECM component hyaluronic acid (HA) into polypyrrole by electropolymerisation encouraged angiogenesis, but the resulting film was brittle with a four orders of magnitude lower conductivity 27 .

In this study, we set out to determine if CP composites can be a suitable substrate for bovine brain capillary endothelial cell (BBCEC) adhesion, for future use in an in vitro model of the BBB with integrated organic electronic devices for measuring the integrity of this tissue layer. To improve the interface between CPs and biorecognition elements, we adopted a previously described procedure to incorporate biomolecules by vapour phase polymerisation (VPP) 31 . We previously described the use of VPP to make PEDOT(TOS):PEG composites, in a manner that not only did not decrease the electrical properties of the CP, but actually increased the conductivity. A particular difficulty to overcome, when using iron(III) as oxidant for PEDOT VPP in combination with a hydrophilic polymer with a large amount of active groups, is to avoid the coordination of Fe(III) to these groups and thereby avoiding the formation of a gel during the mixing of the VPP precursors. This was overcome by changing the solvent system to a combination of water and acetic acid, where the acetic acid preferably coordinate to Fe(III) and thereby prevent gelation. As acetic acid is a weak acid, it was thought to be a good choice to avoid denaturation of biomolecules included in the oxidant solution. In the current study we use this new generic method to show the feasibility of PEDOT:TOS to be combined with the biomolecule gelatin to promote BBCEC adhesion and growth on composite films. The method was designed to not only maintain the electrical properties of the CP, but also to retain the functionality of the biomolecule. Furthermore, we used an alternative approach in the incorporation of enzymes to PEDOT:TOS and PEDOT:TOS:gelatin that takes place after the VPP process. By using these methods we, first of all, avoid exposure of the enzyme to high temperatures that can result denaturation of the protein and thereby loss of activity, and secondly, immobilize the protein directly into the polymer, something that potentially will result in wiring of the enzyme with the CP and fabrication of third generation biosensors.

2.5.1.

Characterization of PEDOT:TOS:Gelatin.

To fully characterise PEDOT:TOS:Gelatin composites, a variety of substrates were prepared, including PEDOT:TOS, PEDOT:TOS overlays (coated) with either Gelatin or a control protein bovine serum albumin (BSA): PEDOT:TOS + Gelatin, PEDOT:TOS + BSA, and PEDOT:TOS polymer composites with either gelatin or BSA: PEDOT:TOS:Gelatin and PEDOT:TOS:BSA. For cell culture experiments, films or proteins alone were coated onto 96-well tissue culture plates and therefore an additional control was included of the plastic well alone (Well).

Gelatin is a polypeptide that consists of different protein fractions resulting from the degradation of the inter-and intra-molecular hydrogen bonds that constitute collagen molecules. The particular type of gelatin used was from porcine skin, prepared from acid cured tissue, with an estimated molecular weight of 50-100 kDa. The molecular weight of the EDOT monomer is 142 Da. To verify the presence of gelatin in the composite films, X-ray Photoelectron Spectroscopy (XPS) was performed. Representative traces from XPS are shown in figure 2.4. The appearance of a Nitrogen peak, present in the multiple amine groups of gelatin is obvious in the PEDOT:TOS:Gelatin trace, but absent in the PEDOT:TOS trace. The percentage of the individual elements taken from multiple spots on the composite films is shown in Table S1 in the supplemental information. The average percentages in the PEDOT:TOS film were 28%, 64%, and 7% for Oxygen, Carbon, and Sulphur respectively, with negligible Nitrogen present. The average percentages in the PEDOT:TOS:Gelatin films were 28%, 62%, 4% and 5% for Oxygen, Carbon, Sulphur and Nitrogen respectively. An evaluation of the electrochemical properties of the films was carried out to ensure that there was no adverse effect on the CP through the introduction of the Gelatin protein. CVs of PEDOT:TOS:Gelatin 1:1 and 1:2 (figure 2.5) showed typical electrochemical characteristics for PEDOT indicating that the incorporation of Gelatin, for these ratios, did not significantly change the electrochemical properties of PEDOT. Conductivity of PEDOT:TOS:Gelatin 1:1 was in the same range as the PEDOT:TOS which was about 310 S/cm. The dilution effect was obvious with PEDOT:TOS:Gelatin 1:2 where the conductivity was about 200 S/cm. This trend is apparently different from PEDOT:TOS:poly(ethylene glycol) (PEDOT:TOS:PEG) where the conductivity increased with higher quantities of PEG in the composites. This is probably due to different interactions between PEDOT-PEG and PEDOT-Gelatin which is being investigated and will be reported elsewhere. 

Adhesion of BBB cells

To address the biocompatibility of the prepared composite films, bovine brain capillary endothelial cells (BBCEC) were observed 3 hours after cell seeding (figure 2.6 (1)). On all substrates, the cell seeding concentration was identical. The numbers of cells in each well was relatively constant; cells were isolated and well distributed. We observed a difference in cell morphology depending on the coating used. In the case of the wells alone or coated with gelatin, PEDOT:TOS + gelatin or PEDOT:TOS:Gelatin, the cells are elongated which is a good indicator for initial adhesion, a necessary step for future proliferation. In the case of all other wells, cells remained round and non-elongated, indicating poor adhesion to the substrate. To determine the viability of the BBCEC on the polymer composites, a calcein-AM/propidium iodide assay was carried out (figure 2.6 (2)). Calcein-AM stains the live cells in green and propidium iodide stains the dead cells in red. Again to control rigorously for effects that might be due to a nonspecific protein interaction, BSA was included as a control. It is clear from figure 2.6 that BSA does not support cell adhesion and therefore cell viability. In all wells containing BSA, either coated directly on the well (D), overlayed on PEDOT:TOS (F) or in a composite with PEDOT:TOS (H), cells died and formed clusters. This result was expected, as there is no evidence to suggest that BSA can support the adhesion of cells. In the case of the control well and the PEDOT:TOS films either with overlayed gelatin or with gelatin as a composite, cells were alive and evenly spread out. PEDOT:TOS alone was also unable to support cell growth. This result shows a similar trend to the initial adhesion data. Although exogenously added ECM proteins are thought to be important specifically during the adhesion process, after which cells usually produce their own adhesion proteins, the stability of the gelatin within the film was also determined by a QCM swelling experiment. The results show that the composite films had a water uptake in the same level as PEDOT:TOS and PEDOT:TOS:PEG and confirm that PEDOT:TOS:Gelatin films are not disintegrating over the testing period.

The MTT assay reflects the level of cell metabolism 60 . The results for the MTT assay for viability of growth of BBECs on the tested films are shown with the relative cell growth rates (figure 2.6). As described previously, the MTT is used as an indirect measurement to ensure that despite multiple wash steps in both ethanol and PBS, that compounds are not released into the cell medium over time. The indirect test was designed to investigate changes in cell metabolism caused by substances that may leach out of the PEDOT:TOS films (such as gelatin fragments, tosylate ions and unpolymerised EDOT monomers). The viability for the growth rate of BBECs is determined by measuring the absorbance of the formazan solution. Substrates coated with PEDOT:TOS +/biomolecules were submerged in media for one week. This exposed medium was then used to culture BBCEC, previously seeded and cultured in unexposed media. Results shown in figure 2.6 indicate that although the wells alone (tissue culture treated plastic (2)) supports growth of BBCEC cells, wells coated with gelatin (1) have a greater relative growth rate. In addition, when gelatin was added to PEDOT:TOS either by overlaying (5) or in a composite (7), viability of cells cultured using the exposed media was decreased only slightly compared to that of control cells cultured with unexposed media. However as was noted for the adhesion and viability assays in figure 2.6 2, BSA was unable to support cell growth either coated directly onto the well, nor integrated with PEDOT:TOS as an overlay or as a composite. As before, PEDOT:TOS alone did not support cell growth.

Figure 2.6: Initial adhesion (1) and viability (2) of BBCEC observed 3 hours and 5 days after seeding on 96-well plates +/-polymer composite coating. Wells are as follows: A)Well, B)PEDOT:TOS, C) Gelatin, D) BSA, E) PEDOT:TOS+Gelatin, F) PEDOT:TOS+BSA, G) PEDOT:TOS:Gelatin, H) PEDOT:TOS:BSA. For initial adhesion study images were taken by phase contrast microscopy. For viability assay cells live cells stained with calcein-AM (green) and dead cells with propidium iodide (red)

. Scale bar =50µm.

Stuffing of enzymes in PEDOT:TOS

Another type of applications in which CPs have been extensively used are as enzymatic sensors. A well-known example is a glucose sensor. The electrochemical glucose sensor developed by Clarck and Lyons consisted of an enzyme, glucose oxidase (GOx), entrapped by a semipermeable membrane on top of an oxygen electrode 61 . GOx catalyzes the conversion of glucose to hydrogen peroxide in the presence of oxygen though redox reactions, and in turn the hydrogen peroxide is reduced into water at the negatively charged Pt electrode cathode or oxidized again back to oxygen if the potential of the Pt electrode is positive. The use of Pt is necessary because of its high catalytic properties in the decomposition of hydrogen peroxide. These types of biosensors, due to the consumption of oxygen to water in the reduction process, limit the stability and accuracy of the sensor. Additionally, the need of large scale production of glucose sensor necessitated the replacement of Pt, owing to its high cost. To overcome such limitations redox active species such as ferrocene, were employed as mediators. Owing to theirs low oxidation potentials these mediators allowed the fabrication of biosensors using as electrodes alternative to Pt metals. Thus, by using fabrication processes such as screen printing large scale production of glucose sensors with entrapped enzymes and mediators on top of electrodes have been realized. Since, however, these redox active species are small molecules and they are immobilized by entrapment on top of the electrodes, the utilization of these sensor sort-term measurements. Furthermore, binding these redox active species into polymers and wiring the active site of the enzyme has realized direct electron transfer and these type of biosensors is called mediator-less or 3 rd generation biosensors. Heller et al., demonstrated electrical connection of the active site of the GOx with a redox active polymer based on osmium complexes, and by covalently binding the enzyme to the polymer resulted stable glucose sensors 62 . Additionally, alternative materials such as carbon nanotubes have been used for wiring with enzymes. CPs, because of their semi-metallic properties, can be used as alternative materials to metals for the fabrication of electrodes. Electro polymerized PEDOT has been shown to decrease the impedance of electrodes by increasing the surface area, and thus increasing signal quality. In the case of enzymatic sensors, furthermore, wiring of the enzyme with the conducting polymer has not been explored thoroughly.

To insure no degradation of the enzyme during the VPP process, which includes high temperatures and organic solvents, the immobilization of these fragile biomolecules into PEDOT:TOS was carried out in the rinsing step, after polymerizing the film. Specifically, The VPP polymerization results in films with thicknesses in the order of 20 μm, owing to the remaining iron(II) and unpolymerized EDOT crystals. During the rinsing step, the iron(II) crystals were washed away in the presence of mild organic solvents such as ethanol. Thus, the film collapses, resulting in thickness of the final film in the order of 200 nm. Alternatively, if the rinsing solution contains biomolecules, they can be entrapped into the polymer during the film's collapsing step. Figure 2.7a-b shows SEM plane view images of pristine (a) PEDOT:TOS and (b) PEDOT:TOS:GOx, which means that the first film was washed with phosphate buffer and the second one with phosphate buffer containing an enzyme (glucose oxidase), respectively. In order to ensure complete removal of the iron(II) oxidant crystals, the rinsing process was carried out for one hour and repeated at least three times. After the immobilisation of the enzymes, the films were rinsed with buffer to remove loosely bound enzymes. In both figures 2.7a and 2.7b we observe the creation of salt crystals on top of the film. In figure 2.7a we also observe the creation of cracks in the film, which are created during the formation of the salt crystals, highlighting the fragility of the film during the fabrication process. On the other hand, the presence of enzymes during the rinsing step of the film improves its stability and integrity (figure 2.7b) and no cracks are observed. Figure 2.7c shows a cross-section of the PEDOT:TOS film after the rinsing step. The thickness of the polymer is 500 nm and the surface is smooth. On the other hand, in figure 2.7d, which is a cross-section of PEDOT:TOS:GOx, we observe blobs of enzymes on top of the film with thicknesses at around 500 nm. This validates the presence of enzymes after thorough rinsing, and thus a successful immobilization. Apart from their presence in the conducting polymer, an important parameter of the functionalization is the wiring of the enzyme to the conducting polymer. In order to test the direct electron transfer from the active site of the enzyme to the electrode, VPP PEDOT:TOS and PEDOT:TOS:GOx were coated on top of a gold electrode and a cyclic voltammetry was performed in phosphate buffer. Figure 2.8 shows a CV of PEDOT:TOS and PEDOT:TOS:GOx. In the case of PEDOT:TOS:GOx, a reduction and oxidation peak is observed at the negative potential V = -0.5 vs Ag/AgCl. The redox peaks are not observable in the case of PEDOT:TOS electrodes. More analytically, the reduction peak at the negative potential shows that the active site of the enzyme called Flavin adenine dinucleotide (FAD) accepts an electron from the electrode and by its turn returns the electron back to the electrode when the potential of the electrode is in more positive potentials than -0,5 V vs Ag/AgCl. Importantly, no mediator has been used in the electrolyte and because the enzyme is stuffed or is in the close proximity with the CP, a direct electron transfer is observed. This shows that the FAD of the enzyme is wired to the PEDOT:TOS and can possibly result a mediator-less glucose sensor. In order to test the functionality of the enzyme to the oxidation of the corresponding substrate, for example in the case of GOx in the presence of glucose, a CV of the functionalized electrode was performed. Figure 2.9 shows a CV of PEDOT:TOS:GOx in phosphate buffer, and after extensive flow of N2 to remove O2, in the presence and absence of glucose. No difference is observed between the two curves indicating that the enzyme is not active. Possible reasons are the following: First, due to the stuffing process, the conformation of the enzyme can change; thereby affecting its catalytic activity. Second, a conformational change can be caused by the local acidity of the iron(II) tosylate.

In order to protect the enzyme conformation when the collapse of the film takes place, gelatin was employed to the VPP process. The incorporation of the enzyme in PEDOT:TOS:Gelatin took place and a further CV in the absence and presence of glucose was carried out. Unfortunately, no glucose oxidation was observed in this case either as showed. 

Discussion

Our results show that PEDOT:TOS:Gelatin composites maintain not only electrochemical properties of the CP, but also retain the functionality of the incorporated biomolecule. We demonstrate that the gelatin composite materials had relatively little change in their characteristics with respect to the morphology of PEDOT:TOS. The PEDOT:TOS:Gelatin composite materials allowed the growth of BBECs while the PEDOT:TOS films did not. The cell growth on PEDOT:TOS:Gelatin composite films was shown to be specific to the gelatin protein, as PEDOT:TOS:BSA films that were used as a control could not support cell growth. This demonstrates that the mediation of cell adhesion was as a result of the specific functionality of the gelatin protein, and not a non-specific protein effect, implying that the VPP method used was non-destructive to the protein. Although a complete characterization of molecular interactions between the cells and the polymer surface is warranted, our results support the use of CP composites in tissue engineering and open the possibility of controlling cell behavior electrically using such composites.

Furthermore, we carried out the incorporation of redox active enzymes into the conducting polymer in order to facilitate wiring of the enzyme's active site to the electrode. The functionalization of the enzyme took place after the polymerization process, during the rinsing step of the film. A direct electron transfer from the enzyme to the electrode and vice versa was observed, a promising step for the potential to fabricate 3 rd generation enzymatic sensors or biofuel cell applications. In the first case, the enzyme shows no catalytic activities upon addition of the substrate, probably because the process is affecting its conformation, or the active site is not accessible. Further research is necessary in order to lead to the fabrication of a reliable mediator-free enzymatic sensor.

Experimental section

Vapor phase polymerisation of PEDOT:TOS and PEDOT:TOS composite films: To promote adhesion between the final PEDOT film and the substrate, glass slides were coated with plasma polymerised maleic anhydride prior to deposition of the oxidant solution. PEDOT:TOS:Gelatin composites were prepared by dissolving 419 mg Fe(III)TOS in 0.80 ml of 1:1.67 water:acetic acid (v/v) mixture in a vial and 24 µl pyridine was added and vigorously stirred. In a separate vial, gelatin (35.4 mg and 70 mg for PEDOT:TOS:Gelatin 1:1 and 1:2 ratios, respectively) was dissolved in 0.625 ml of 1:1.5 water:acetic acid (v/v). Gelatin was used at 1:1 and 1:2 for the CV experiments but otherwise the ratio was maintained at 1:1 throughout. The gelatin was omitted for PEDOT:TOS. The oxidant mixture was then added to the gelatin solution and stirred to mix thoroughly. The oxidant solution was spun onto the substrates (either glass slides or 96-well tissue culture treated plastic plates) at 1500 rpm for 30 s and placed directly in the vapor phase polymerization chamber without a drying step. The vaporization chamber, containing an EDOT monomer (HD Stark or Yacoo Chemical Co.,Ltd.), was kept in an oven at 70 °C, at ambient pressure. EDOT was allowed to polymerize on the coated substrates for 30 min to about an hour. After polymerisation the film was cooled to room temperature and washed with ethanol three times to remove Fe(II)Tos, excess Fe(III)Tos and unpolymerized EDOT monomer. Protein coated substrates were prepared by depositing gelatin (2 µg/ml in water) or BSA (5 µg/ml in water) onto substrates (either glass slides or 96-well tissue culture treated plastic plates or already prepared PEDOT(TOS) films) and incubating for 1 hour at 37 °C. For contact angle experiments alternative samples were prepared by spin-coating the protein samples on the substrate and then baking at 70°C for 30 minutes.

XPS: PEDOT:TOS or PEDOT:TOS:Gelatin 1:1 composites were coated on glass slides. XPS measurements were carried out on a SSI S-Probe XPS Spectrometer. Cyclic Voltammetry (CV): PEDOT:TOS or PEDOT:TOS:Gelatin coated Au mylar was scanned in 0.05 M NaTOS pH 6.9 (bubbled with nitrogen for about 10 min prior to scanning) at 20 mV/s. Ag/AgCl (3M NaCl) and Pt wire were used as reference and counter electrodes, respectively.

Cell culture and characterisation of cell growth and proliferation: Bovine Brain Endothelial Cell (BBECs) were a kind gift of the University Lille Nord de France, U. Artois, BBB Laboratory (LBHE). The BBECs were cultured at 37°C in 5% CO2 humidified incubators, in DMEM supplemented with 10% heat inactivated newborn calf serum (CS) (Invitrogen) and 10% heat inactivated horse serum (HS) (Invitrogen), 2 mM Glutamine (GlutamaxTM-1, Invitrogen), 50 µg/ml gentamicin and 1 ng/ml basic fibroblast growth factor (bFGF) (Sigma Aldrich). Cells were detached by trypsinization (0.05% trypsin-EDTA 1X, Invitrogen) and numbers were determined by a cell counter (Scepter handheld automated cell counter, Millipore).

Cell adhesion and proliferation tests:

A 96-well cell culture dish (approximate area: 0.3 cm 2 ) was coated with the CP composites according to the procedure described above. Each coated substrate was sterilized for 20 min in 70% ethanol, rinsed twice in PBS. Cells were seeded at a concentration of 10 3 cells per well. An additional 0.4 mL of DMEM was added to each well. Cell adhesion was observed 3 hours after seeding (Primovert, Carl Zeiss). Adhesion and proliferation were evaluated after 4 days. A calcein-AM/propidium iodide assay was carried out to determine the cell viability (calcein-AM, Sigma) at 1 mg mL -1 and propidium iodide (propidium iodide solution, Sigma) at 2 mg mL -1 . To perform these tests, media in the dishes were discarded and the cells were gently rinsed two times with PBS. 0.3 mL of the calcein-AM-PI mixture was added to each well and incubated for 30 min at 37 °C. Fluorescence images were taken (Axio Observer Z1, Carl Zeiss, calcein AM 485 nm/ 535 nm, PI 530 nm/620 nm) and cells were counted to determine viability.

MTT assay:

The MTT assay (MTT Cell Proliferation Assay Kit, Cayman Chemical) was carried out according to the manufacturer's instructions. Four replicates were evaluated. After 4 days, the media was aspirated and replaced firstly with 100 µl of fresh media supplemented with 10 µl of MTT reagent and the plate was incubated at 37°C for 3 hours. Then 100 µl of crystal dissolving reagent was added to dissolve formazan crystals and the absorbance (A570nm) was measured with a spectrophotometer (Infinite, M1000, Tecan). For comparison, the absorbance of formazan solution measured from Gelatin was assigned as a control group. The ratio of the differences in absorbance of the formazan solution between the several groups and the Gelatin control was defined as the relative cell growth rate.

Immunofluorescence assay: To investigate the distribution of gelatin throughout the film and surface availability, an anti-gelatin antibody was used. The blocking step was done with PBS-T (0.05% Tween 20 in PBS), 5% non-fat dry milk during 30 min at room temperature. A rabbit polyclonal anti-Gelatin antibody (Mybiosource) was used in PBS for 1 h at room temperature and then Alexa Fluor 568 goat anti-rabbit (Molecular Probes) was added for 1 h at room temperature. Finally, samples were examined with a fluorescent microscope (Axio Observer Z1 Carl Zeiss).

Scanning Electron Microscopy: To assess the film morphology, a scanning electron microscopy (SEM, Ultra 55, Carl Zeiss) was involved. Chapter 3

Supplementary Information

A novel biofunctionalization route for solution processed PEDOT:PSS based devices.

Biofunctionalization is an essential step in the fabrication of a biosensor or biomedical device. For biosensor operation, the so-called 'biorecognition element' is usually immobilized on the active area of the transducer in order for the target molecule to be captured and for signal transduction to occur. For biomedical devices, active areas are increasingly being coated or functionalized with biomolecules to improve biocompatibility and facilitate integration with living systems for both in vitro and in vivo applications. A variety of methods such as passive adhesion and electrostatic interactions may be used, however for longer lifetime and better control of immobilisation, covalent interactions are preferable.

For traditional electronic materials such as silicon or metal electrodes, a variety of covalent functionalization methods have been developed ranging from silanization, thiolation and the ubiquitous EDC/NHS chemistry for coupling of the commonly found biological amine and carboxyl functional groups 1,2 .

A rapidly emerging area of research in bioelectronics is the use of conducting polymers (CPs) as an alternative to traditional electronic materials. The field of organic bioelectronics has gained tremendous momentum in the past decade 3,4 .

In particular, the use of (CPs) to interface with biology has been shown to be advantageous for numerous reasons including potential low cost of the materials, mechanical flexibility, mixed electronic/ionic conductivity, improved interfaces and tunability of the materials due to their organic nature 5,6 . Applications for organic electronic devices in biology have ranged from relatively simple biosensing 7,8 to more complex applications for use in drug delivery 9 , neurotransmitter delivery 10 , toxicology 11 , and neural probes 12,13 . Devices of particular interest in biosensing are organic electrochemical transistors (OECTs) which take advantage of the mixed electronic/ionic conductivity of CPs, in order to achieve efficient ion-to-electron transduction 6 .

The polythiophene PEDOT doped with the water dispersible polystyrene sulfonate (PSS) or with the tosylate anion (TOS), is currently the most commonly used conducting polymer in organic bioelectronic applications. This is due to a combination of factors including good thermal, electrochemical stability, relatively high conductivity 14 , and demonstrated biocompatibility 15,16 , compared with other CPs based on polypyrrole and polyaniline. A number of different methods exist for deposition of PEDOT films; solution deposition, electropolymerization, and vapor phase polymerization. Previous work on incorporation of biomolecules into either the bulk or onto the surface of PEDOT has employed the latter techniques, for example, incorporating biomolecules as dopants in the electrolyte solution during polymerization 17,18 . We recently reported a novel method for incorporation of gelatin into films of vapor phase polymerised PEDOT doped with tosylate (TOS), maintaining both the electrochemical properties of the conducting polymer, and also the functionality of the biomolecule. A recent study on PEDOT, showed the use of a modified dopant (PSS-maleic acid) could generate films with good electrical performance but also with sufficient carboxyl groups for subsequent biofunctionalization 19 . PEDOT:PSS is often chosen because it is commercially available as a liquid dispersion suitable for solution-based deposition methods such as spin coating and inkjet printing 20,21 . One disadvantage of the commercially available formulation of PEDOT:PSS is that it is difficult to perform chemistry on an already cured film, moreover, since the PSS is in excess with respect to the PEDOT 22 , commonly targeted chemical modification of PEDOT would lead to inhomogeneous functionalization and disruption of conductivity. The most desirable approach for biofunctionalization is for the biomolecule to be added after film processing steps in order to avoid exposure to solvents or high temperatures that are required during fabrication, but may cause biomolecule denaturation.

Herein we demonstrate the an easy-to-use method for the covalent linkage of biomolecules to films of PEDOT:PSS deposited from commercially available dispersion. We show the successful, large area functionalization of PEDOT:PSS films with different biomolecule types: the enzyme glucose oxidase (GOx) and the extracellular matrix derived polypeptide poly-L-lysine (PLL). We demonstrate that the resulting conducting polymer devices maintain excellent electrical properties. Finally, we show not only the functionality of these immobilized biomolecules, but also applications for the functionalized films.

Biofunctionalization strategy using PVA and silane

Silanization is a widely used functionalization technique for glass or metal oxide surfaces. A silane reagent can form a covalent linkage with free hydroxyl groups on the surface via a condensation reaction. The most useful silanization reagents are heterobifunctional, containing an alkoxysilane as well as an organic functional group that can selectively bind a second organic molecule. Different examples of silanization reagents include aminosilanes (such as APTES (3aminopropyltriethoxysilane)) and glycidoxysilanes such as GOPS, which yield amine and epoxy functional groups respectively, for subsequent linkage to a secondary organic molecule 2 . The lack of hydroxyl groups on polythiophenes such as PEDOT, would appear to rule out this method of biofunctionalization for films or devices made from these polymers. Therefore, we sought to add a hydroxyl containing polymer to solutions of commercially available PEDOT:PSS, that could later be used for biofunctionalizing the films via silanization, but would not cause deleterious effects to the film forming poorly soluble in aqueous solutions, and the polyanion PSS is used as a means to generate an aqueous dispersion that has good film forming properties and high conductivity 23 . One disadvantage of the PEDOT:PSS solution however, is that it is generally considered a finely balanced solution which can be disturbed by addition of extraneous additives or solvents. Nevertheless, several reports have been published on addition of compounds to PEDOT:PSS to enhance properties such as conductivity for application in a variety of device types including solar cells and displays. Additives to PEDOT:PSS include diols, such as ethylene glycol, diethylene glycol, or poly(ethylene glycol) (PEG), where addition to PEDOT:PSS emulsions before spin-coating increases the conductivity of the resultant thin films 24 25 26 . Addition of the sugar alcohol sorbitol is also known to enhance the conductivity of PEDOT:PSS thin films by three orders of magnitude 27 .

Given that alcohol containing polymers have often been used as additives for improving conductivity, we decided to incorporate Polyvinyl alcohol (PVA) as a handle for subsequent silanization of PEDOT:PSS. The proposed reaction scheme is outlined in Figure 3.1. The polyalcohol is mixed with the PEDOT:PSS in solution, after which the film is cast and cured. Following curing, GOPS is added by chemical vapour deposition to the film whereupon a condensation reaction occurs and the silane reagent is bonded to the polymer. Subsequent addition of amine containing polypeptides/proteins under basic conditions allows formation of a secondary amine bond with the biomolecule. 

Efficiency of the biofunctionalization

In order to estimate the degree of biofunctionalization of PEDOT:PSS films using the above method, we immobilized a FITC-labelled Poly-L-Lysine on a photolithographically defined pattern. Figure 3.2a shows fluorescence images of the biofunctionalized pattern. Different amounts of PVA were added to the PEDOT:PSS dispersion (in concentrations ranging from 0 to 50 wt%) and we observed more homogeneous and brightest fluorescence (and thus biofunctionalization) for PVA concentrations around 20-25 wt%. High PVA loading wt50% resulted in more aggregated fluorescence morphology. It should be noted that the films were stringently washed first with PBS, and then with a high concentration salt solution (0.1 M NaCl) and finally with deionised water to remove any non-specific or electrostatically bound polypeptide, and thus making sure that the remaining polypeptide is covalently linked to the conducting polymer. In addition, the absence of fluorescent label on the 0 wt% PVA sample indicates that the PVA is necessary for the binding of the polypeptide to the surface, and that GOPS does not react with the PEDOT:PSS film or the Parylene C. The same procedure was attempted with PEG, however the patterning obtained with PEDOT:PSS:PEG were less homogenous and showed some evidence of aggregation or phase separation (Supplementary Figure 3.1b). The optimal concentration of PVA (25 wt%) was used to functionalise additional patterns as shown in Figure 3.2b. 

Electrical properties of PEDOT:PSS:PVA as active material on OECTs

An important consideration when adding compounds to conducting polymers which will later be used in devices, is that the electrical characteristics of the films remain unchanged. The conductivity of a range of different concentrations of PVA into PEDOT:PSS was measured (Figure 3.3a). The conductivity of the 25 wt% PVA sample remained high, within 10% of the neat PEDOT:PSS sample. Unlike addition of polymers such as PEG to PEDOT:TOS via vapor phase polymerization 28,29 , addition of PVA did not enhance conductivity. A similar result was shown with addition of PEG to PEDOT:PSS (Supplementary Figure 3.1a). Previous studies have reported the combination of PVA with PEDOT:PSS for a variety of purposes: for example taking advantage of increased mechanical flexibility in free standing films of PEDOT:PSS:PVA films 30 and for preparation of conducting nanofibers 31,32 . Reynolds and co-workers showed increases in conductivity upon addition of PVA to PEDOT:PSS but with maximum reported conductivity of 1 S/cm. Addition of polymers such as PEG and PVA to PEDOT:TOS most likely induce significant morphological rearrangements resulting in concurrent improvements in conductivity 28,33 , however addition of such polymers to already highly conducting PEDOT:PSS solutions would appear to have merely a dilution effect after a certain point. It should be noted that we routinely add EG to improve conductivity of films. In order to test both electronic and electrochemical properties of PEDOT:PSS:PVA blends, they were used as active materials in OECTs The organic electrochemical transistor (OECT) is a device which has been used by a number of groups in a variety of different biosensing applications. The geometry of the OECT device varies considerably depending on the particular application. In certain cases, e.g. for applications for neural probes in vivo very fast transistors are required. We demonstrate the successful employment of PVA modified PEDOT:PSS films as the channel in an OECT (channel dimensions: 10 μm width and 5 µm length) (Figure 3.3). Since the devices compared have the same channel dimensions, and are spun under the same conditions, direct comparison of transistor parameters allows for elucidation of the added effect of PVA in an OECT. Here we measure average transconductance values of 1.86 and 1.59 mS for devices of PEDOT:PSS:PVA 25 wt% and PEDOT:PSS+GOPS 1 wt.% in solution respectively. The latter is a typical formulation for stable high performance OECTs used in vivo, and achieves a tranconductance similar to that previously reported 34 . The response times to a constant gate voltage pulse, τ, (measured with an exponential fit) also compare favourably. PEDOT:PSS:PVA results in a τ of 20.4 μs compared to 27.5 µs for PEDOT:PSS+GOPS 1 wt.% when a gate pulse of VG = 0.6 V is applied. The slight enhancement in response time with the addition of PVA is likely related to the trend in ion mobility reported above. 

Applications

Glucose sensing using biofunctionalized transistors

A second relevant test of the effectiveness of this biofunctionalization method was the immobilization of the enzyme Glucose oxidase (GOx) on PEDOT:PSS:PVA films for development of a glucose sensor as a proof of principle. To verify the immobilization of GOx onto PEDOT:PSS:PVA 25 wt% we monitored the binding and the stability of the enzyme with QCM. A thin film was deposited onto a quartz crystal sensor, where frequency is inversely proportional to the mass of the film. As we introduce enzyme to the cell (Figure 3.4a), we see a fast drop of the vibration frequency with a subsequent slow stabilization, which indicates interactions between the polymer and the enzyme, resulting in an increase in the mass of the polymer. However, after introducing deionized water to the chamber as a rinsing step, the film loses mass until is stabilized to a higher frequency value, which implies the removal of weakly bonded enzyme. In the frequency scan, the difference between the starting value and the value after washing Δfb can be attributed to the presence of enzyme immobilized on the surface. The use of the OECT as a glucose sensor has previously been demonstrated by a number of groups, however with the GOx immobilized on a Pt gate electrode 35 . Here, we demonstrate the operation of GOx functionalized PEDOT:PSS:PVA OECTs (Figure 3.4b). It should be noted that in contrast to the OECTs characterized in the preceding section, the OECTs developed for glucose sensing require significantly different geometry, with the conducting polymer channel area significantly greater than that of the gate electrode. This has been described in detail elsewhere 36,37 , along with the mechanism of the OECT for glucose sensing 38 . In this case a Pt gate electrode was used to avoid the necessity of adding a redox mediator 7 . The dimensions of the device used here were 1 cm width and 1 mm length. Additionally, the gate area was selected such that the ratio of the gate area to the channel area was < 1/10. Glucose was added, and a substantial increase in the modulation of the source-drain current was observed. Despite the limited amount of GOx immobilized on the surface (compared to experiments where the enzyme is present in solution) a clear difference is observed upon addition of glucose, compared to PBS for different values of gate voltage (Figure 3.4b). The successful operation of the OECT suggests that the enzyme is properly immobilized, and that biological activity of the enzyme is maintained. Conducting polymer devices have shown great potential for use in devices integrated with living cells.

Patterning of cells on active materials

The ability to pattern cells or cell-networks is advantageous for a number of applications, for example controlling the growth and connectivity of neurons for studies of artificial neuronal networks. PEDOT:PSS and PEDOT:TOS have been used as simple electrode coatings, but also as active materials for controlling cell adhesion [39][40][41] , proliferation 42,43 or migration 44,45 . Improving the interface by coating with proteins such as extracellular matrix components can have advantages for biocompatibility and may be essential in in vivo applications for avoiding rejection of implants by tissue 46,47 . Examples include multielectrode arrays 48 , and biosensors for toxicology 11,49 . Although a variety of methods exist for coating active surfaces, as mentioned above, covalent linkage of biomolecules offers gains in terms of stability and control of binding. Figure 3.5 shows micron-scale patterning of PEDOT:PSS:PVA 25 wt.% on glass slides which were subsequently seeded with PC12 cells, a cell line which is often used as a model for neuronal differentiation. Figure 3.5a shows optical micrographs of PLL patterned surfaces with PC12 cells seeded at Day 1, illustrating an excellent confinement of the cells to the patterned PEDOT:PSS:PVA. The same pattern is shown with cells 5 days after differentiation, demonstrating maintenance of the pattern (Figure 3.5b). A live/dead cell staining assay was performed on PC12 cells grown on the patterns for 5 days, and confirms that the cells are alive and that the PEDOT:PSS:PVA material is biocompatible for this application and duration (Figure 3.5c). A closeup of one of the patterned areas from the same samples reveals connections formed between individual cells on the pattern, demonstrating that this functionality of the cells is also maintained (Figure 3.5d).

Discussion

We have demonstrated an easy-to-use, novel biofunctionalization method that is compatible with solution based processing of PEDOT:PSS films and devices. The method involves modification of the existing method for preparation of PEDOT:PSS films in three simple steps: 1. addition of a polyalcohol into the CP solution before film casting, 2. chemical vapor deposition of a silane reagent onto the cast film, and 3. addition of biomolecule. This method can therefore be easily incorporated into existing device preparation schemes, with the major advantage that the biomolecule is added after film preparation, meaning that it will not undergo denaturation due to harsh processing conditions such as high temperature and presence of solvents. We conclusively demonstrate a highdegree of biofunctionalization and demonstrate in two different applications that the biofunctionality of these molecules is maintained. Further we demonstrate that the conductivity is only negligibly changed, and that devices made from the mix of PVA with PEDOT:PSS have comparable performance to PEDOT:PSS with 1% gops devices used for in vivo applications. Future work will include more indepth studies of different polyalcohols and silane reagents, as well as studies on functionalizing within the bulk of the conducting polymer to facilitate direct interactions between biomolecules and CPs.

Experimental section

Preparation of conducting polymer (CP) films: PEDOT:PSS (Heraeus, Clevios PH 1000) was used as the conducting polymer active layer. Dodecylbenzenesulfonic acid (DBSA) (0.5 μL/mL) and Ethylene glycol (Sigma Aldrich) (50 μL/mL) were added to the PEDOT:PSS dispersion to improve film formation and to increase conductivity. The formulation was sonicated and filtered to avoid aggregates. A stock solution of 5 wt% PVA (average Mw 130,000) was prepared; heating for ~30s in a microwave oven assisted dissolution until a clear solution was obtained. The amount of PVA added to the solution was calculated according to the mass of PEDOT:PSS. Four different PEDOT:PSS:PVA composite solutions (10, 20, 25, 50 wt% ) were made, mixed thoroughly, and filtered before deposition. Following PEDOT:PSS:PVA spin -coating, samples were baked for 30 minutes at 140 °C under atmospheric conditions.

Conductivity measurement: PEDOT:PSS and PEDOT:PSS:PVA composites were coated onto glass slides which were cleaned by sonication in acetone, isopropyl alcohol, and DI water, followed by a drying step with nitrogen and brief exposure to oxygen plasma. Sheet resistance was measured using Jandel four point probe device. The thicknesses of the films were measured using an ambios XP2 150 Profilometer. The conductivity was calculated from the measured sheet resistance and thickness.

Electrochemical transistor fabrication and operation:

The fabrication process, similar to that reported previously 34 included the deposition and patterning of gold, parylene, and PEDOT:PSS:PVA. Source/drain contacts were patterned by a lift-off process, using S1813 photoresist, exposed to UV light through a SUSS MBJ4 contact aligner, and developed using MF-26 developer. 5 nm of chromium and 100 nm of gold were subsequently deposited using a metal evaporator, and metal lift-off was carried out in acetone. Metal interconnects and pads were insulated by depositing 2 μm of parylene C using an SCS Labcoater 2, with a silane adhesion promoter. A dilute solution of industrial cleaner (Micro-90) was subsequently spin coated to act as an anti-adhesive for a second, sacrificial 2 μm parylene C film. Samples were subsequently patterned with a 5 μm thick layer of AZ9260 photoresist and AZ developer (AZ Electronic Materials). The patterned areas were opened by reactive ion etching with an oxygen plasma using an Oxford 80 Plasmalab plus. PEDOT:PSS:PVA 25 wt% and PEDOT:PSS + 1 wt% GOPS in solution, the usual formulation for in vivo applications, were spin coated at 3000 rpm, and baked for 90 sec in 100 o C. The second layer of parylene was peeled off with a subsequent rinsing in DI water and baking at 140 o C for 30 min. All characterization was done using a 100 mM NaCl solution in DI water as the electrolyte and a Ag/AgCl wire (Warner Instruments) as the gate electrode. The measurements were performed using a National Instruments PXIe-1062Q system. The channel of the OECT was biased using one channel of a sourcemeasurement unit NI PXIe-4145. The gate voltage was applied using a NI PXI-6289 modular instrument. In the case of the IV-characteristics and transconductance characterization, the drain current was measured using the SMU channel used for the bias. Concerning the time response characterization of the OECT, one NI-PXI-4071 digital multimeter measured drain current, and a channel of the NI PXI-6289 equipment measured gate voltage. All the measurements were triggered through the built-in PXI architecture.

Measurement of ion mobility in PEDOT:PSS:PVA films: Ionic mobility was measured as previously described 50 . Briefly, a PEDOT:PSS:PVA film, deposited on a parylene-coated glass substrate, was coated with a layer of SU-8 serving as an ion barrier. Using photolithography, a well was created in the SU8/PEDOT:PSS stack and filled with an electrolyte, forming a planar junction with an area A of 16 mm. An Ag/AgCl counter electrode was immersed into the electrolyte, and an Au pad provided contact with the conducting polymer composite film, positioned at a distance L = 32 mm from the electrolyte interface.

The experiment was carried out by applying a positive bias at the Ag/AgCl electrode while simultaneously measuring the current flow in the device and recording the electrochromic changes associated with the propagation of the dedoping front using an inverted Carl Zeiss Axio Observer Z1, in the bright field mode with 1X objective. We used 10 mM KCl electrolyte in order to measure the mobility of potassium.

Silanization and fluorescence imaging of patterned films: To investigate the distribution of the fluorescence we prepared patterns with PEDOT:PSS and PEDOT:PSS:PVA composites using photolithograpy and the parylene C peel-off technique. Prior to the peel-off, 3-glycidoxypropyltrimethoxysilane (GOPS) was deposited by vapor deposition at 90 o C for 45 minutes under vacuum. Fluorescein isothiocyanate labelled poly-L lysine (PLL), with concentration 50 μg/mL in phosphate buffered saline (PBS), adjusted to pH 8-9 by addition of 50 mM NaOH, was drop-cast on to the sample allowed to react for two hours at room temperature. The resulting films were thoroughly cleaned with 0.1 M PBS, 0.1 M NaCl, and DI water. Finally, samples were examined with a fluorescent microscope (Carl Zeiss Axio Observer Z1).

Quartz crystal microbalance (QCM): Glucose oxidase (GOx) immobilization monitoring was undertaken using a Q -sense E4 system. PEDOT:PSS:PVA 25 wt% was spin coated on top of quartz crystal sensors, with additional GOPS deposition as mentioned above. The samples were transferred to the QCM flow module part of the Q-sense E4 device and equilibrated in Di water for 60 min. GOx 50 μg/mL in PBS with 50 mM of NaOH was introduced to the axial flow sample chamber and a constant flow rate of 20 μL/min for 180 min and then rinsed with DI water at a constant rate of 60 μL/min.

Glucose sensing assay using GOx functionalised OECTs: All PEDOT:PSS:PVA 25 wt% transistors were patterned using a parylene peel-off technique, and functionalized with GOx (1 mg mL -1 in PBS, pH adjusted to 8-9 with NaOH), both of which are described above. 20 mM glucose was prepared in PBS. Due to its hydrophobicity, parylene C served as a virtual well for the drop of the electrolyte. Finally, a platinum wire was immersed in the electrolyte from the top serving as a gate of the transistor. The measurements were recorded by a Keithley 2612A and customized Labview software.

Cell culture: PC12 cells from Health Protection Agency culture collections (Salisbury, UK) were cultured at 37°C, 5% CO2 in humidified atmosphere. RPMI 1640 media supplemented with 10% horse serum (HS, Invitrogen), 5 % feotal bovine serum (FBS, Invitrogen), 2 mM glutamine (Glutamax TM , Invitrogen), 25 U/mL penicillin-streptomycin (PenStrep, Invitrogen), 50 ng/mL gentamicin (Gentamicin, Invitrogen). During maintenance, the cells were cultivated in suspension and numbers were determined by a cell counter (Scepter handheld automated cell counter, Millipore).

Cell patterning using collagen and PLL functionalized conducting polymer films: Cell Adhesion and Differentiation Tests: Patterned substrates (approximate area: 4.9 cm²) were coated with the conducting polymer PEDOT:PSS:PVA 25 wt% according to the procedure described above. Each coated substrate was sterilized for 20 minutes in 70% ethanol, rinsed twice in PBS, and placed in a separate 6well plate. Cells were seeded at a concentration of 10 5 cells/well. The final volume of each well was 3 mL. Adhesion was evaluated after 24 h. A Calcein AM/Propidium Iodide assay 2 µg/mL was carried out to determine the cell viability (Calcein-AM, and Propidium Iodide, Sigma). To perform these tests, the media in the wells was discarded and the cells gently rinsed two times with PBS.

3 mL of the Calcein-AM/PI mixture was added to each well and incubated for 30 min at 37°C. Fluoresence images were then recorded (Axio Observer Z1, Carl Zeiss, Calcein AM 485 nm/535 nm, PI 530 nm/620 nm). After 24h of culture, the media was changed to discard the cells in suspension using differentiation media: RPMI 1640 supplemented with 1 % (v/v) HS, 2 mM glutamine, 50 ng/mL nerve growth factor (NGF, Sigma), 25 U/mL penicillin-streptomycin, and 50 ng/mL gentamicin. The media was changed every two days until the end of the experiment.

Chapter 4

4. Ionic liquid gels integrated with conformal electrodes for long-term cutaneous recordings and with organic electrochemical transistors for sensing applications.

Cutaneous electrophysiological recordings are used in standard clinical tests to measure the integrity of an organ or a specific physiological function. For example, electroencephalography (EEG) is a diagnostic tool which typically uses metallic electrodes on the surface of the scalp to measure electrical activity in the brain 1 . When compared to other neurological diagnostic methods, EEG is less invasive and more cost-effective. For this reason, EEG continues to be the method of choice for clinicians when testing for neural pathologies 2 . It is often combined with other electrodes placed on the skin to simultaneously or independently measure cardiac activity (electrocardiography) 3 or muscular response (electromyography 4 -electrooculography 5 ). Despite their widespread use in the majority of electrophysiological diagnostic procedures, currently used cutaneous electrodes have some shortcomings, especially in long-term measurements 6 : Temporal stability is an important characteristic for diagnostic tools, and in many cases, cutaneous recordings need to be performed over several days 7 . Ag/AgCl electrodes which are the current gold standard in cutaneous recordings require a liquid electrolyte to decrease the electrode/skin impedance. This is undesirable for several reasons: Firstly, the electrolyte often dries out over the course of only a few hours when exposed to open air 8 . As a result, the impedance of these electrodes usually increases and their ability to record meaningful signals is lost. Secondly, in cases where high density recordings are necessary, as in some EEG helmets, short circuits can occur if the liquid electrolyte leaks between two adjacent electrodes 9 . Thirdly, adding the electrolyte gel to each electrode is time-consuming and causes discomfort both to the patient and the caregiver. For these reasons, there is significant motivation to develop alternative electrolytes for use in cutaneous measurements. Much effort has been put into improving dry electrodes which do not utilize a liquid electrolyte. One study reports the use of only a very small volume of gel which is released by pressure on the electrode, but this requires a system which is able to apply pressure to all the electrodes 10 . Several studies report the fabrication of micro-structures on the surface of the electrodes in order to increase the surface area and decrease the electrode impedance [11][12][13][14] . We recently reported the use of conducting polymers as dry electrodes with enhanced performance 15 . Another solution involves the use of spring-loaded contacts embedded in a flexible substrate 8 . Although these are promising ideas, the lack of an electrolyte means that movement artifacts are more likely to occur during recording.

Ionic liquids (ILs) are salts that are in a liquid state at room temperature 16 . They have recently inspired a great deal of research spanning a number of different fields due to their high chemical and thermal stability as well as their excellent ionic conductivity. ILs have been used in many biological applications, including as solvents that enhance the stability of proteins 17 . Although several IL families showing low cytotoxicity have been identified [18][19][20] , the establishment of general design rules for IL biocompatibility is the focus of ongoing work. ILs can be polymerized to yield gels which are especially appealing for use as a quasi-solidstate electrolytes 21 . Their lack of leakage makes them an ideal candidate for many electrochemical applications 22 , including bio-sensing electrodes 23 and transistors 24 . IL gels seem to be an appealing option for use with cutaneous electrodes because they do not leak or dry out and can be integrated with devices during fabrication, thereby addressing all short comings of electrodes currently used in electrophysiological recordings.

In this work we report the use of IL gel-assisted electrodes in long term cutaneous recordings. We incorporated the IL gel onto electrodes made of Au and of the conducting polymer poly(3,4-ethylenedioxythiophene) doped with poly(styrene sulfonate) (PEDOT:PSS). The latter was used as it was shown to yield high performance dry electrodes 15 . The electrodes were deposited on a thin film of parylene C to render them conformable to the skin. We show that the IL gel improves the performance of the electrodes and helps maintain a low impedance over longer periods of time than commercially available electrodes. We then insulated the electrodes with two additional layers of parylene, with a thickness of 2 microns each. An anti-adhesive soap was included between these two layers, to allow the top layer to be peeled-off at a later stage. Subsequently, a standard photolithographic process was used to expose only the electrode sites to etching. Once the devices were etched down to the gold layer, the conducting polymer PEDOT:PSS was spun over the entire wafer. The top layer of parylene was peeled-off, patterning the PEDOT:PSS film over the electrode area and leaving the a parylene layer insulating only the interconnects (the details of this patterning technique were reported in 25 ). This process yields electrodes with a total thickness of only ~4 microns, a size which endows them with a high conformability. A support foil was laser-cut out of Kapton and gold was deposited on it. It was connected to the electrode using a small amount of adhesive placed on its periphery. Figure 4.1a shows how the electrode and support foil were attached to each other. Figure 4.1b shows how this fabrication process resulted in a conformal 4 micron thick electrode which was also strong enough to withstand connection. The gel was made using the IL (1-ethyl-3-methylimidazolium ethyl sulfate), the polymer poly(ethylene glycol)-diacrylate, and a photo initiator 24 . It was polymerized directly on the electrode during the fabrication process. A variety of electrodes were prepared using this general process ( In order to compare the performance of these electrodes in cutaneous recordings, we tested the electrode/skin impedance on a healthy volunteer. The electrodes were placed on the subject's arm as shown in Figure 4.1d using a 3-electrode configuration, where both counter and reference electrodes were commercial Ag/AgCl electrodes. Figure 4.2 shows typical electrical impedance spectra for all electrodes tested. In terms of dry electrodes, PEDOT:PSS demonstrated a lower impedance than Au, consistent with results obtained in microelectrode arrays in vitro 25 . Adding an IL gel decreases the impedance of both electrodes considerably: At 1 kHz, which is the frequency at which EEG electrodes are tested clinically, the impedance of the IL gel-assisted and aqueous gel-assisted electrodes is similar (see below for measurement error).

Fabrication and characterization of electrodes with ionic liquid gel

The temporal stability of the gel-assisted electrodes is shown in Figure 4.3. The same setup as for the previous measurement was used, and impedance was measured at 1 kHz on a healthy volunteer's arm over a period of 3 days. All three electrodes began in approximately the same range, but while the impedance of the commercial electrode steadily increased, the impedance of both IL gelassisted electrodes remained relatively constant. Both IL gel-assisted electrodes were able to record with low impedance over 3 days, while the impedance of the commercial electrode increased dramatically after only 1 day. In fact, after 20 hours the Ag/AgCl electrode showed impedance that was too high for high quality cutaneous recordings and recordings from this electrode were stopped. Possible reason is the dehydration of the commercial gel, owing to its water based nature.

In this work we used a photo-crosslinkable IL gel to show that these materials help remedy the most important shortcoming of cutaneous electrodes, namely they can be used for long term measurements. Moreover, as IL gels do not flow, they can enable high density electrode arrays without causing short circuits. Finally, IL gels can be incorporated onto the electrodes during fabrication, yielding ready-to-use devices. The fabrication scheme outlined here is compatible with such an endeavor, and the IL gel can be patterned at the same time as the conducting polymer using the peel-off step. There exists a great variety in IL structures and in ways to render them in a gel form. Future research should focus on exploring the tradeoff between the conductivity and mechanical properties of these materials to deliver IL gel-assisted electrodes with even higher performance.

Ionic liquid gels integrated with OECTs for multianalyte sensors.

The availability of sensitive, reliable and inexpensive biosensors is an important goal for the diagnostics industry. Many different technologies have been proposed for biosensing but, unfortunately, they often lack in terms of portability, cost, and sensitivity. The OECT has the potential to overcome these limitations owing to its amplification properties, ease of fabrication, and micrometer scale dimensions.

OECTs have been used as glucose sensors by employing either aqueous electrolytes or liquid phase electrolytes [27][28][29][30][31] . Recently, OECTs using iongel as electrolyte have been used to detect lactate in the physiological range in the sweat 31 . Additionally, OECTs have been integrated with microfluidic for multianalyte purposes 32 .

We took advantage of the iongel's properties and used it to functionalize glucose oxidase (GOx), lactate oxidase (LOx), with ferrocene as a mediator in the electrolyte in order to fabricate an array of OECTs for multianalyte purposes. We further integrated the system with a PDMS microfluidic. In figure 4.4a we see the lay-out of the device. The sample, consisting of glucose and lactate, enters the inlet of the PDMS fluidic and by spontaneous flow on top of each device, where measurements take place. The spontaneous flow is realized because of a degassing step of the PDMS fluidic prior to the use of the device. During the thorough degassing step the air is removed from the structure of the PDMS. By subsequent exposure of the fluidic at atmospheric conditions, the fluidic sucks air to its structure resulting in a vacuum in the fluidic channel. This vacuum is pulling the droplet of the analyte, thus creating a flow without the help of external pump. In order to test the device's sensing capabilities, we measured each device separately. For the enzymatic measurements a square pulse of 0.4 V for 180 sec was applied to the gate and therefore a current modulation was observed to the channel (figure 4.5). As expected, by addition of glucose to the system a modulation was observed, which was proportional to the glucose concentration. However, the modulation of the current was shifting to a direction which is opposite to the sensing mechanism. In more details, during the enzymatic redox reactions an electron is deposited at the gate of the OECT. This transfer of electrons causes a de-doping effect at the channel, thus decreasing the drain current. However, in figure 4.5 we observe a doping effect in the channel. This implies that upon multiple pulses, the ions existing in the iongel are stuffed into the channel and thus de-dope it. However, taking away the bias is not sufficient to bring the ions back to the electrolyte. Therefore, the channel remains dedoped. However, upon introducing an aqueous electrolyte such as PBS with small and highly mobile ions, its ions dominate the doping/de-doping process, thus a shift in the baseline is observed. An additional disadvantage of using an iongel of this type for enzymatic sensing is the low diffusion rates of the analytes to the gel. No further experiments were performed using the iongel, but an alternative approach using hydrogel as an electrolyte is under development. 

Discussion

We demonstrate that ionic liquid gel-assisted electrodes can be used for long term cutaneous recordings. We fabricated conformal electrodes made of Au and PEDOT:PSS and compared their performance in a dry state as well as in conjunction with an IL gel. The IL gel decreases impedance at the interface with human skin to levels that are similar to those in commercial electrodes (at 1 kHz). The IL gel did not dry out and the electrodes continued to show a low impedance over the course of three days. The commercial electrode, on the other hand, gave up after only 20 hours. The IL gel-assisted electrodes provide a means of recording cutaneous electrophysiological data over extended periods of time, which is often necessary during diagnostic procedures. As such, they provide a path towards accurate and stable electrophysiological recordings, allowing clinicians to rely less heavily on more invasive diagnostic techniques.

We also used the iongel for sensing applications. However, the low diffusion rates of the analytes to the gel and the shift of the current baseline showed that the iongel is not the best solution for sensing applications.

Experimental section

Fabrication of electrodes: Parylene C was deposited on a silicon wafer in a SCS Labcoater 2 to a thickness of 2 microns (at which thickness parylene films are pinhole-free). Subsequently, 10 nm of chromium and 100 nm of gold were deposited using a metal evaporator. The metal was evaporated only onto the shape of the 8 mm diameter electrode using a shadow mask. This was followed by the deposition of an additional 2 micron thick layer of parylene, a non-adhesive layer, and a last 2 micron thick layer of parylene. AZ9260 photoresist was spun over the wafer and exposed to UV light using a SUSS MBJ4 contact aligner and a shadow mask. Following development of the photoresist using AZ developer, two layers of PEDOT:PSS were spun onto the wafer. The first layer was spun at 1500 rpm for 30 seconds; the second at 600 rpm for 30 seconds. The PEDOT:PSS was prepared by mixing 45 mL of aqueous dispersion (PH-1000 from H.C. Clark) with 5 mL of ethylene glycol, 6 drops of dodecyl benzene sulfonic acid (DBSA) and 0.5 mL of 3-glycidoxypropyltrimethoxysilane (GOPS, as a cross-linker). The PEDOT:PSS film on the wafer was baked at 140 C for 30 minutes and subsequently immersed in deionized water to remove any excess low-molecular weight compounds. The top layer of parylene was then removed, leaving behind the PEDOT:PSS only on the electrodes and contact pads. The remaining parylene C served to insulate the interconnects. A Au coated kapton support foil was glued to the device to give it some rigidity and enable an easy and stable connection to the recording system.

IL Gel Preparation:

The IL gel was prepared by mixing the IL (1-ethyl-3methylimidazolium ethyl sulfate) and the polymer poly(ethylene glycol) diacrylate (30% of the total weight solution). We then added 0.3% of the photo initiator 2-hydroxy-2-methylpropiophenone. We mixed until no phase separation was visible. Ten microliters of the solution were pipetted onto the electrode, and the gel was cross-linked using exposure to UV light for approximately one minute.

Impedance Measurements: Informed signed consent was obtained from the healthy volunteer on whom the impedance was measured. Impedance spectra were measured using an Autolab potentiostat equipped with a FRA module, with the electrodes placed on the subject's arm. The applied voltage was 0.01 V. Dry and IL gel-assisted electrodes were taped to the skin using surgical tape. Commercially available Ag/AgCl electrodes (Comepa Industries) for ECG were used (as received) as the aqueous gel-assisted working electrodes, and as the counter and reference electrodes for the impedance measurements. The latter were located 5 cm and 30 cm away from the working electrode, respectively. For the stability measurements shown in Fig. 4.3, fresh counter and reference electrodes were used for each measurement. For all measurements and for all electrode types, we waited 10 min after the application of a fresh electrode before a measurement was taken.

Electrochemical transistor fabrication and operation:

The fabrication process, similar to that reported previously included the deposition and patterning of gold, parylene, and PEDOT:PSS. Source/drain contacts were patterned by a lift-off process, using S1813 photoresist, exposed to UV light through a SUSS MBJ4 contact aligner, and developed using MF-26 developer. 5 nm of chromium and 100 nm of gold were subsequently deposited using a metal evaporator, and metal lift-off was carried out in acetone. Metal interconnects and pads were insulated by depositing 2 μm of parylene C using an SCS Labcoater 2, with a silane adhesion promoter. A dilute solution of industrial cleaner (Micro-90) was subsequently spin coated to act as an anti-adhesive for a second, sacrificial 2 μm parylene C film. Samples were subsequently patterned with a 5 μm thick layer of AZ9260 photoresist and AZ developer (AZ Electronic Materials). The patterned areas were opened by reactive ion etching with an oxygen plasma using an Oxford 80 Plasmalab plus. PEDOT:PSS + 1 wt% GOPS in solution, the usual formulation for in vivo applications, was spin coated at 3000 rpm, and baked for 90 sec in 100 o C. The second layer of parylene was peeled off with a subsequent rinsing in DI water and baking at 140 o C for 30 min.

Fabrication of PDMS microfluidic: uncured PDMS was poured on top of a silicon wafer. A 250 μm thick PMMA was used as a mold and defined the fluidic channel size and geometry. A degasing step at 25 o C used to remove the bubbles and to create a smooth layer. After that, a curing step followed at 70 o C for 3 hours. Then the PDMS was peeled off from the pattern. An additional 1 mm layer for the bottom part of the fluidic was fabricated by using the same protocol.

Iongel immobilization: For the electrolyte the 1-ethyl-3-methylimidazolium ethyl sulfate was used as an ionic liquid, in combination with polyethylene glycoldiacrylate (PEG-DA) as a crosslinking polymer. All the chemicals were bought from Sigma-Aldrich. We used PEG-DA because of its property to self-polymerize under exposure of UV light. Another important property of the PEG-DA is the fast hydration, owing to its hydrophilicity. For the preparation of the Iongel, we mixed gently (30% optimized) of the enzyme in PBS and 70% of IL and we obtain a clear liquid. After that, PEG-DA 30% was added of the total solution. A small amount of 2 μl was placed on top the devices. Post polymerization with an array of four UV-LEDs 365nm for 1 minute followed, and an Iongel with an immobilized enzyme acting as an electrolyte of our transistors was obtained.

Chapter 5

In vitro enzymatic sensing using biofunctionalized OECTs

Glucose is the main external source of energy for cells. The glucose uptake is a symporter mechanism that involves protein transporters, such as GLUT5, localized in the apical side of epithelial cells and Na + ions. Inside the cell, glucose can be degraded to produce energy or just transported to the basal side. The glucose exit is due to a uniporter mechanism termed GLUT2. The glucose effluxes can be taken up by other cells, such as endothelial cells. The cell degrades the glucose, in an oxygen-dependent manner, for generating ATP and other sub products that could be used for metabolic purposes. One of these products is lactate, which is mostly produced under anaerobic conditions and upon cell damage. The balance between glucose and lactate levels plays a key role in the cellular metabolism regulation. When this balance is upset diseases such as diabetes occur, in which a major diagnostic method is monitoring the glucose concentration in blood. 1 In tissue engineering, the quantification of these molecules is important to determine the metabolic activities of the cells in normal and under different stimuli, for instance the detection of lactate is considered an ideal non-invasive marker for evaluating cyclosporine and diclofenac toxicity in human proximal tubule cells. 2,3 Current methods for detecting glucose and lactate in vitro and in vivo are based on colorimetric reactions using tetrazolium salts 4 , glucose oxidase-based reactions, hydrogen peroxide detection, fluorescent-based sensors and nanomaterials as carbon nanotubes or graphene; however they cannot be use in long term detection and in some cases their cytotoxicity is still unclear. 5 The OECT can potentially overcome such limitations. In the OECT the electrolyte is in direct contact with both the gate and the channel. This facilitates, first of all, better interface with the biological environment, and transduction of low magnitude ionic fluxes to high magnitude electronic currents. 6 In other words, it is a biological signal amplifier which operates in the closest proximity of the event of interest. 7 The OECT has been successfully used in a variety of biological applications. These applications are ranging from the sensing of ions and metabolites such as glucose to the monitoring of cells viability and integrity. [8][9][10] Because of its high amplification properties, the use of robust materials, and the combination with metals that exhibit high catalytic activities, the OECT results in high sensitivity enzymatic sensors. 11 Moreover, for in vitro and in vivo applications stability is important. Biofunctionalization, which is the binding of biomolecules to the conducting polymer, can improve stability for a long period of time. Different types of biofunctionalization depending on the application and the nature of the bond have been used. For example, physical entrapment of enzymes with the use of membranes is a simple yet reliable functionalization method. 12 However, owing to the ionic interactions of the membranes with electrolytes, delamination of the enzyme can be observed. For increased stability over extensive periods of time the use of covalent bonding is preferred and can result in stable biosensors. 13 Additionally, OECTs have been used in monitoring the integrity of epithelial and endothelial cells. 9,14 In more details, the OECT has been shown that it can detect the integrity of a barrier tissue, and how the barrier is affected by pathogenic organisms in complex media. 15 However, a continuous detection of metabolic activities in cells and how these activities are affected by toxic compounds has not been performed, to the best of our knowledge.

In this section we demonstrate in vitro detection of metabolic activities from cells using OECTs. After the fabrication of the OECT, further functionalization steps are performed in order to fabricate sensitive, stable, and selective enzymatic sensors. Furthermore, optimization for integration with living cells has been performed.

Fabrication and functionalization process of the OECT

It is mandatory for an enzymatic sensor to exhibit high sensitivity and stability for an extensive period of time in order to achieve in vitro continuous metabolite sensing from cells. Furthermore, an important property that has to be considered, when sensing occurs in complex media with acids creating interference, is the selectivity. Finally, the integration with live cells necessitates biocompatibility. The OECT due to its amplification properties and the use of biocompatible materials facilitates easy integration with cells. 10,14 . Furthermore, conducting polymers can be blended with non-conducting polymers and result biofunctionalized devices.

In this study, OECTs were fabricated using the double layer parylene C technique resulting micrometer scale transistors. 16 In order to maintain one step fabrication, the channel as well as the gate had a planar configuration, with the area of the gate ten times bigger than the area of the channel.

For the biofunctionalization of the device, PEDOT:PSS:PVA was used as the active material. 13 This formulation allows the deposition of a silane layer either by chemical vapor deposition or by aqueous deposition (figure 5.1a). Prior to the deposition of the silane, Pt-NPs were deposited by electrodeposition using a three electrode set up connected to a potentiostat. The gate of the OECT was used as a working electrode. A solution containing 5mM chloroplatinic acid (H2PtCl6) and 100 mM sulfuric acid (H2SO4) as a supporting electrolyte. Pt-NPs because of their high catalytic properties to the oxidation of hydrogen peroxide in combination with their high surface area can result highly sensitive enzymatic sensors. 11 The deposition of Pt-NPs was done by pulse voltammetry. During this process, Pt ions are reduced by a negative potential. The reduced ions precipitate and create small islands in the nanometer scale. In more details, by the application of a positive potential at V = 0.7 V vs Ag/AgCl no reactions occurs at the gate-working electrode. The duration in this potential gives time to the Pt ions to diffuse in the bulk of PEDOT:PSS, in order to produce nanoparticles to the whole bulk of the electrode. As, the potential shifts to a negative value of V = -0.2 V vs Ag/AgCl, the reduction of Pt ions occurs, resulting the creation of Pt-NPs. The Pt-NPs have sizes of 100 nm with high density into the PEDOT:PSS film (figure S5.1). The catalytic activity of the modified gate was tested by oxidation on H2O2. Upon application of a constant positive potential at the gate (Vg = 0.3 V), the H2O2 is oxidized by the Pt-NPs, and a modulation of the drain current is observed. The OECT exhibits an s-shape NR with H2O2 concentration with a linear response in the micrometer range, and a limit of detection less than 1μM. In the absence of Pt-NPs no oxidation of hydrogen peroxide is observed, validating the activity of the modified gate.

The enzyme was functionalized on top of the gate by entrapment on a photocrosslinkable hydrogel. The hydrogel consisted of polyethylene glycol diacrylate (PEG-DA) mixed with polystyrene sulfonate (PSS) and enzyme. Under UV light the PEG-DA is cross-linked. A small amount of photo-initiator (1 wt. % to PEG-DA) was added to start the polymerization. The hydrogel crosslinks, additionally, to the PEDOT:PSS:PVA, because of the deposition of a 3-(trimethoxysilyl)propyl methacrylate (A-174 silane). The covalent binding of the hydrogel to the PEDOT:PSS:PVA results in high stability of the sensor. Measurements carried out after 20 days validate the stability of the enzyme for a long period of time (figure S5.2).

A NR versus glucose concentration in PBS is shown in figure 5.1c. The shape of the NR follows the same trend as the NR in figure 5.1b. In the case of hydrogel without enzyme no modulation is observed. The PSS in the hydrogel also acts as a negatively charged layer for the repulsion of acids (such as ascorbic acid, uric acid) that can interfere with the measurements. The next step was to test the sensing of metabolites (glucose, lactate) in complex media. Devices functionalized with hydrogels consisting of glucose oxidase (GOx) lactate oxidase (LOx) and no enzyme as control were used for measurements of glucose and lactate in fresh media and in media that had been incubated with cells for 24 hours. The concentration of glucose in the fresh media was 5 mM. An initial PBS electrolyte with 45 μL was used and 5 μL of diluted media with different concentrations was added. In figure 5.2a we can see the NR response vs concentration of media for a device with and without GOx. The OECT with enzyme shows higher values of NR with a shift of the slope starting in lower values. For the control device we observe an interference background, which has, however, low changes compared to devices functionalized with GOx. The difference in the normalized response demonstrates that the device is capable of sensing glucose in a physiologically relevant background. Figure 5.2b, shows the NR versus the concentration of media incubated with cells for 24 hours. The concentration of glucose has decreased, with a substantial increase in the lactate concentration, while the interference of the background stays at the same level. This indicates that the glucose was converted to lactate by the cells. 113 Subsequently, an array of three devices: one with GOx functionalized gate, one with LOx functionalized gate, and one control device were incubated with MDCK cells for in vitro analyte measurements. A glass well was placed and glued on the substrate by using a thin layer of PDMS, in order to confine the electrolyte. Prior to the seeding of cells, collagen was added to improve their adhesion. In figure 5.3a we see the lay-out of the device with cells. After 48 hours the creation of a cell layer is observed for the control device and the device consisting of LOx. In the case of GOx the cells do not adhere to the substrate (figure S5.3). The reason is because the initial concentration of glucose in media is high, thus the immobilized enzyme converts the glucose to H2O2, which is toxic for the cells. 9 In the case of the control device and the device with LOx the cells created a healthy cell layer. This layer is extended in the whole area confined by the well, apart from the hydrogel (figure 5.3b), because of the bio-inert properties of PEG. An additional advantage of the gate not covered by cells is that the glucose and lactate can diffuse into the functionalized gate and redox reactions can take place figure 5.3a. In vitro measurements with cells were carried out inside an incubator and 37 o C for two devices one with LOx and one control device. Fresh media was added to both devices prior to the measurements. Figure 5.3c shows the NR versus time for the two devices. As we can see from the plot the current in the control device stays at the same levels, whereas in the device functionalized with Lox, there is an increase in the NR. This validates the production of lactate from the cells. Further experiments are currently in progress for validating the metabolic activities and further studies of how toxic compounds affect these metabolic activities will potentially follow. 

Discussion

To conclude, we demonstrate biofunctionalized OECTs that can be used for in vitro enzymatic measurements. The functionalization steps are: Pt-NP deposition to enhance sensitivity, modification of PEDOT:PSS with PVA for covalent binding with the silane and biomolecules. A further deposition of photo-cross linkable hydrogel overcomes multiple limitations: immobilization of enzymes for stability, deposition of a negatively charged membrane for selectivity. The OECTs exhibit high sensitivities for detection of the corresponding substrates over a background signal. It also shows stabilities over time. One limitation is that during the integration with cells, for in vitro measurements, the GOx functionalized device produces hydrogen peroxide from glucose which shows toxic effects to the cells (figure S5.3). For the devices with LOx we are able to measure the conversion of glucose to lactate in vitro. Further tests currently occur for the integration of cells to GOx functionalized devices by replacing a media containing glucose with a galactose one. In the presence of galactose the cells adhere to the devices and create layers. Finally, future work will study if and how the metabolic activities are being affected by toxic compounds.

Experimental section

Electrochemical transistor fabrication and operation: The process, similar to that reported previously 13,16 included the deposition and patterning of gold, parylene, and PEDOT:PSS:PVA. Source/drain contacts were patterned by a lift-off process, using S1813 photoresist, exposed to UV light through a SUSS MBJ4 contact aligner, and developed using MF-26 developer. 5 nm of chromium and 100 nm of gold were subsequently deposited using a metal evaporator, and metal lift-off was carried out in acetone. Metal interconnects and pads were insulated by depositing 2 μm of parylene C using an SCS Labcoater 2, using a silane adhesion promoter. A dilute solution of industrial cleaner (Micro-90) was subsequently spin coated to act as an anti-adhesive for a second, sacrificial 2 μm parylene -C film. Samples were subsequently patterned with a 5 μm thick layer of AZ9260 photoresist and AZ developer (AZ Electronic Materials). The patterned areas were opened by reactive ion etching with an oxygen plasma using an Oxford 80 Plasmalab plus. PEDOT:PSS:PVA in solution was spin coated at 3000 rpm, and baked for 90 sec in 100 o C. The second layer of parylene was peeled off with a subsequent rinsing in DI water and baking at 140 o C for 30 min. All characterization was done using a 100 mM NaCl solution in DI water as the electrolyte and a Ag/AgCl wire (Warner Instruments) as the gate electrode. Chapter 6

Conclusion

The major work of this thesis is the development of functionalization methods compatible with OECTs. The overall goal is to produce devices that will be more stable, sensitive, biocompatible, and cheap. For example, for in vitro measurements of neurons it is important to pattern the neurons as close as possible to the channel of the OECT for better recordings and by functionalizing only the conducting channel it can be achieved. Furthermore, in the case of biosensors, stability as well as sensitivity is important, and by functionalizing the enzymes on the device, stable and reproducible biosensors can be produced for continuous measurements.

In more detail, in chapter 2 we explored two different functionalization methods for PEDOT:TOS, a CP which is obtained by vapor phase polymerization. The first biofunctionalization method was using surface chemistry to functionalize biomolecules to the conducting polymer. In order to create functional groups on the surface of PEDOT:TOS polymers which contains such groups were introduced prior to the polymerization process. Interestingly PEG, which was used for its alcohol groups increased the conductivity of PEDOT:TOS and additionally, its functional groups were available to chemically bind biomolecules. An alternative approach, is also to directly incorporate biomolecules into PEDOT:TOS. This approach facilitates polymerization and functionalization in the same step. By integration of gelatin with PEDOT:TOS the adhesion of BBB bovine cells was increased compared to the pristine polymer. For more fragile biomolecules such as enzymes, the incorporation occurs by stuffing the enzyme after the polymerization step avoiding its degradation in high temperatures. This method, results direct wiring of the enzyme to the polymer, however, the enzyme activity is affected.

In chapter 3 we use a functionalization method with PEDOT:PSS that can be used for multiple applications. This functionalization method employs the use of silanes for binding the biomolecules. Silanes have one part called silanol that crosslinks to alcohol groups and one side group that can be altered and tuned according to the chemical site of interest for binding. In order to induce alcohol groups into the PEDOT:PSS, PVA was blended, creating the composite 123 PEDOT:PSS:PVA. This functionalization method has been successfully used for two different applications: neuron-like cell patterning, and glucose sensing.

In chapter 4 we explore the use of ionic liquid in combination with crosslinkable polymers as alternative to liquid electrolytes. Ionic liquids exhibit many properties such as large electrochemical window of operation, non-flammability, low evaporation rates. When mixing with crosslinkable polymers they can result solid state electrolytes. The use of these solid state electrolytes can increase the stability of recordings in electrodes that are in contact with the skin, because they don't dry. Moreover, enzymes and can be entrapped inside the iongel resulting stable enzymatic sensors. However, slow diffusion of the analyte inside the iongel makes the sensors impractical.

In chapter 5 we record in vitro metabolic activities of cells, namely the conversion of glucose to lactate. The employment of crosslinkable hydrogel is used for the functionalization of the enzyme. The hydrogel approach serves multiple purposes. First of all, the amount of enzyme can be tuned, and the functionality is tuned and maintained. It also allows the use of a negative membrane for increasing the selectivity. Finally, it crosslinks with the conducting polymers, and thus it increases the stability. The use of Pt nanoparticles is used in order to make the planar gate functional to the catalysis of hydrogen peroxide. These OECTs are capable of recording in vitro the production of lactate and potentially the consumption of glucose.

Outlook

The need for novel biomedical tools that will address and overcome problems is mandatory. The development of multifunctional devices that will combine sensing, and recording capabilities as well as treatment capabilities will lead to new therapeutic methods. Take for example the case of epilepsy; in order to fire, neurons need energy, and the main energy source is glucose. So, if a device can record in vivo the levels of glucose and at the same time record electrical activities, it will be capable of recognizing when an epileptic crisis will occur. At the same time, the device should be capable of delivering drugs before the crisis occurs. Organic bioelectronics has made a tremendous progress towards the development of these devices.

Figure 1 . 2 :

 12 Figure 1.2: PEDOT:PSS structure. (reproduced from [7], with permission from [Nature Publishing Group])
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 14 Figure 1.4: Robust micrometer scale, high amplification OECTs: a. an array of OECTs on a thin flexible substrate: scale bar = 1 cm b. the array is extensively crumpled c. (left axis) transfer characteristics of device before (red) and after (blue) crumpling (right axis) transconductance and time response for devices before (red) and after (blue) crumpling. (a, b, c reproduced from [7], with permission from [Nature Publishing Group])
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 15 Figure 1.5: OECTs used as ion sensors a. Transfer characteristics of an OECT for different concentrations of KCl solutions (Vd = -0.1V). (reproduced from [54], with permission from [ACS Publications]). b. Wheatstone bridge circuit diagram. c. The peak-to-peak voltage difference as a function of concentration difference of NaCl solution, inset curve shows the raw data. (b, c reproduced from [57], with permission from [American Institute of Physics]). d. schematic of Ion-selective OECT. e. Calibration curves (Id, Vg,m vs concentration) of pure KCl and NaCl
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 16 Figure 1.6: OECTs used as enzymatic sensors: a. i) transfer of electron from glucose to the gate though the biological reaction catalyzed by glucose oxidase ii) de-doping mechanism of PEDOT:PSS at the channel b. Drop of potential at the interfaces and its dependence on the gate/ channel size ratio. (b, is reproduced and modified from[68] with permission from [Wiley Online Library])
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 17 Figure 1.7: Schematic layout of an OECT glucose sensor with the gate modified with Pt -NPs, MWCTS and GOx d. the dependence of ∆Vg,eff as a function of log[Cglucose] for CHIT/GOx/Pt (line I), MWCNT-CHIT/GOx/Pt (line II) and CHIT/GOx/Pt-NPs/Pt (line III) gate electrodes. (c, d are reproduced from [71] with permission from [Wiley -VCH]).
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 18 Figure 1.8: Schematic layout of an OECT lactate sensor with solid state ionogel electrolyte. f. normalized response of the OECT vs. lactate concentration. (a, b are reproduced from[74] with permission from [RSC Publishing]).
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 19 Figure 1.9: OECTs as Immunosensors and nucleotide sensors: a. Schematic of an E. coli O157:H7 sensor based on an OECT. b. Schematic diagram of potential drops in the electric double layers (EDL), including the channel/electrolyte and electrolyte/gate interfaces, in the OECT before and after the immobilization of E. coli O157:H7 on the PEDOT:PSS surface. (a, b, reproduced from [77], with permission from [RSC Publishing]) c. Schematic of an OECT integrated in a flexible microfluidic system, which is characterized before and after the modification and the hybridization of DNA on the surface of Au gate electrode. d. Transfer characteristics of OECTs measured in microfluidic channels before and after the immobilization and the hybridization of DNA on Au gate electrodes. Vds =
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 110 Figure 1.10: Barrier tissue integrity monitored with an OECT: a. layout of an OECT with an integrated barrier tissue b. equivalent circuit describing ionic
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 2 Biofunctionalization of PEDOT:TOS and exploration of enzyme wiring for realization of 3 rd generation enzymatic sensors 2.1. PEDOT :TOS :PEG with increased conductivity and surface functionality.
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 21 Figure 2.1: Vapor phase polymerization of PEDOT:TOS (a) exposure of iron(III) tosylate in a desiccator with EDOT vapor. (b) Polymerization of EDOT to PEDOT:TOS on the sample. (c) Stringent soaking in ethanol in order to remove the iron(II) and excess of tosylate.
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 22 Figure 2.2: a. Conductivity as a function of PEG content. Error bars represent standard deviation from the mean b. Transient OECT response for films with varying PEG content, c. Normalised OECT response as a function of gate voltage and film composition (PEG content.)
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 23 Figure 2.3: Biofunctionalisation of conducting polymer surfaces. Data shown is the mean fluoresence of 8 mm 2 diameter wells on a variety of CP surfaces, each carried out in triplicate. Error bars represent standard deviation from the mean. Samples from left to right: PEDOT:TOS:70PEG(COOH) (PTP-C), PEDOT:TOS:70PEG (PTP), PEDOT:TOS (PT), and PEDOT:TOS treated with a plasma coating of maleic anhydride (PT-MA)
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 24 Figure 2.4: XPS of PEDOT:TOS top, and PEDOT:TOS:Gelatin (bottom) films.
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 2 Figure 2.5: CVs of PEDOT:TOS, PEDOT:TOS:Gelatin 1:1 and PEDOT:TOS:Gelatin 1:2 in 0.05 M NaTOS pH 6.9 at 20 mV/s.
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 27 Figure 2.7: SEM images of stuffing enzyme to PEDOT:TOS (a-b) plane view of pedot:tos and pedot:tos:gox scale bar 1 μm. (c-d) cross section of pedot:tos and pedot:tos:gox scale bar 100 nm.
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 28 Figure 2.8: CV of PEDOT:TOS (black line) and PEDOT:TOS:GOx (blue line) in phosphate buffer. The cycling potential is between -0.8 and + 0.8 V vs Ag/AgCl.
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 29 Figure 2.9: CV of PEDOT:TOS:GOx in the absence (black curve) and presence (red curve) of glucose at concentration of 10 mM in phosphate buffer. The cycling potential is between -0.7 and + 0.7 V vs Ag/AgCl.
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 1 Figure S2.1: Image from optical microscope PEDOT:TOS-0PEG (left), PEDOT:TOS-70PEG (right).
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 31 Figure 3.1: Reaction scheme for biofunctionalization of PEDOT:PSS by incorporation of PVA.
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 32 Figure 3.2: Biofunctionalization of FITC -PLL on PEDOT:PSS:PVA films. (a) Different concentrations of PVA added to PEDOT:PSS; 0, 10, 20, 25 and 50 wt% PVA. Scale bar 100 μm (b) different patterns of FITC-PLL on PEDOT:PSS:PVA 25 wt%.
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 33 Figure 3.3: (a) Effect of different concentrations of PVA on PEDOT:PSS film conductivity.(b), (c) and (d) Electrical characterization of OECTs prepared with either PEDOT:PSS+PVA(25%) (black), or PEDOT:PSS+GOPS (grey). (b) Output IV curves for Vg=0-0.6V. (c) Time response of device in response to a Vg=0.1V (dashed), and Vg=0.6V (solid) square pulse. (b) Corresponding transfer curves (solid line/symbols), and transconductance, gm, dashed line/open symbols.
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 34 Figure 3.4: GOx functionalized PEDOT:PSS:PVA (a) QCM monitoring of GOx deposition on PEDOT:PSS:PVA films (b) Sensing of glucose with OECT, Vd=-0.4V
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 35 Figure 3.5: Growth and differentiation of PC12 cells on PLL functionalized PEDOT:PSS:PVA patterns.(a) Optical micrograph of PC12 cells 1 day after seeding.(b) Optical micrograph of PC12 cells 5 days after seeding. (c) Fluorescence imaging of live (green) /dead (red) stained of PC12 cells 5 days after seeding on PEDOT:PSS:PVA patterns. (d) Differentiation of PC12 cells on PEDOT:PSS:PVA pattern. Scale bars are 100 µm for all the panels.
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 41 Figure 4.1: (A) Schematic of the electrode assembly, and (B) cross-section of an electrode. (C) The different electrode configurations tested. (D) Schematic of the electrode positions on a subject's arm. The working electrode (W.E.) and counter electrode (C.E.) were placed on the forearm, 5 cm away from each other. The reference electrode (R.E.) was placed on the arm, 30 cm away from the W.E.
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 4 Figure 4.1 illustrates the fabrication process for the devices. Gold electrodes were patterned using shadow mask evaporation onto a 2 micron thick layer of parylene
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 4 1c), including dry Au and PEDOT:PSS electrodes, Au and PEDOT:PSS electrodes with the IL gel, and a commercial Ag/AgCl electrode (which included an aqueous gel).
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 42 Figure 4.2: Electrical impedance spectra corresponding to PEDOT:PSS electrodes, IL gel-assisted PEDOT:PSS electrodes, and a commercial Ag/AgCl electrode with an aqueous gel, all in contact with skin.
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 4 4b demonstrates multiple drops of analyte samples entering and flowing through the microfluidic.
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 44 Figure 4.4: OECTs integrated with a PDMS pump-less microfluidic and an iongel electrolyte for continuous multianalyte measurements a. layout of the device b. figure showing flow of analyte without pump.
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 45 Figure 4.5: Drain current versus time upon application of gate voltage. a. addition of glucose with various concentrations b. addition of lactate with various concentrations.
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 51 Figure 5.1: Biofunctionalization steps of the OECT. a. from left to right steps: deposition of Pt-NPs, chemical vapor deposition of silane A174 onto PEDOT:PSS:PVA and PEG-DA:PSS:GOx hydrogel deposition. b. Normalized current response NR(ΔI/I) with concentration of H2O2 for a control gate consisting of Au/PEDOT:PSS:PVA (triangles) and for the gate of interest Au/PEDOT:PSS:PVA:Pt-NPs (circles). c. Normalized current response NR(ΔI/I) with a concentration of glucose for a functionalized gate with hydrogel with (circles) and without (triangles) GOx.
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 5 Figure 5.1b displays the normalized current response (NR) of an OECT with Pt-NP modified gate. The OECT exhibits an s-shape NR with H2O2 concentration with a linear response in the micrometer range, and a limit of detection less than 1μM. In the absence of Pt-NPs no oxidation of hydrogen peroxide is observed, validating the activity of the modified gate.

Figure 5 . 2 :

 52 Figure 5.2: Measurements of glucose and lactate in complex media (DMEM). a. NR vs concentration of fresh media, which has initial glucose concentration of 5 mM. b. NR vs concentration of media incubated with cells for 24 hours.

Figure 5 . 3 :

 53 Figure 5.3: In vitro lactate sensing a. lay-out of the functionalized devices for in vitro measurements b. microscope image showing a cell layer covering the device except the gate. Scale bar 500 μm c. lay-out of the gate showing the diffusion of lactate its conversion to H2O2 and the electron transfer to the gate. d. NR versus time for LOx and control device.

Figure S5. 2 :

 2 Figure S5.2: stability measurements of a device after 20 days. The electrolyte is media with and without glucose.

Figure S5. 3 :

 3 Figure S5.3: Barrier tissue layer of MDCK II cells 24 hours after seeding. a. for a functionalized device without enzyme into the hydrogel. b. for a device with LOx hydrogel. c. for a device with GOx hydrogel. Numbers indicate channel width and length in microns.
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Supplementary information

Although both IL gel-assisted electrodes showed similar values of impedance, the PEDOT:PSS electrodes performance exhibited less variation. The error bars in Figure 4.3 represent measurements recorded by 5 different devices for each type of IL gel-assisted electrode. The observed variations are due to a multitude of reasons, including device-to-device variations (fabrication, electrode workfunction), and changes in the hydration of the skin. The conducting polymerbased electrode is shown to exhibit less variation than the Au-based one, owing to a more stable surface. This is consistent with work on implantable microelectrodes, which showed that conducting polymer electrodes offer lower drift in vivo than electrodes made from metals 26,27 . As the measurements were carried out on a person's arm, many factors caused slight changes in the performance of the electrodes. After the subject showered, for example, the electrodes were partially rehydrated and the impedance decreased. As it can be seen in figure 4.3, both IL gel-assisted electrodes followed the same cycle: Lowering of impedance due to rehydration and subsequent increasing of impedance during the course of the day. This variation is due to a measurement protocol that represents an accurate model for cutaneous recordings under realistic conditions, as the latter are carried out on patients who inevitably sweat, particularly if bandages are used.

Pt-NPs deposition:

The Pt-NPs were electrodeposited by reducing Pt ions. A Solution containing 5mM chloroplatinic acid (H2PtCl6) and 50 mM sulfuric acid (H2SO4) was used in a three electrodes set up connected to a Metroohm potentiostat. As reference electrode (RE) an Ag/AgCl was used, as Counter electrode a pt layer, and as counter electrode (CE) the planar gate of the OECT. Pulse Voltametry was used with initial potential Voff = + 0.7 vs Ag/AgCl -where no reduction occurs for 60 seconds and final potential Von = -0.2 vs Ag/AgCl where deposition of Pt occurs was used for 3 sec. After that, the devices were soaked in Di water overnight for the removal of sulfuric acid, ethylene glycol, and DBSA. A cylindrical glass well with d = 8 mm was used to confine the electrolyte. Hydrogel: The hydrogel was consisted from polyethylene glycol-diacrylate 10 wt. % (MW ~ 6000), NaPSS 0.5wt.% (MW ~ 60000) and GOx 1 mg/ml in DI and 1wt.% of 2-Hydroxy-2-methylpropiophenone. The hydrogel was mixed thoroughly until a homogenious solution was obtained. A 2 μl of the hydrogel was dropcasted / spincoated on top of the gate and photopolymerized with a UV led array for 3 min (in order to retain the structure and functionality of the enzyme). Prior to that, A 3-(trimethoxysilyl)propyl meth-acrylate (A-174 Silane) was deposited by chemical vapor deposition (CVD) under vacuum at 90 o C for 1 hour for tethering the PEDOT:PSS:PVA with the hydrogel. Finally, in the case of planar devices collagen was used as an adhesion promoter.

Cell culture: Epithelial MDCK II cells (Madin Darby kidney cells, kindly donated by Dr. Frédéric Luton, Institute of Cellular and Molecular Pharmacology, Valbonne, France) were routinely maintained at 37°C in a humidified atmosphere of 5% CO2 in complete DMEM (cDMEM) media (Dulbecco's Modified Eagle Medium, 10% fetal bovine serum, and Pen/Strep 5000 [U/mL] penicillin-5000 [μg/mL] streptomycin). For all experiments, cells were plated at an initial density of 6X10 4 cells/Transwell insert (0.4 μm pore size, and area of 0.33 cm 2 ) and incubated until reach confluence. Before starting the experiments, the media was changed for fresh cDMEM. The inserts were placed into the device in the same conditions and glucose and/or lactate measurements were performed. All the experiments were done at 37°C and 5% CO2.

Device assembly and operation: A 3d printed holder was designed using solidedge software, and printed by a Stratasys idea 3d printer. All the cells measurements were carried inside an incubator safe cell UV under 37 o C and 5% CO2. The measurements were performed using a National Instruments PXIe-1062Q system. The channel of the OECT was biased using one channel of a sourcemeasurement unit NI PXIe-4145. The gate voltage was applied using a NI PXI-6289 modular instrument. In the case of the IV-characteristics and transconductance characterization, the drain current was measured using the SMU channel used for the bias. Concerning the time response characterization of the OECT, one NI-PXI-4071 digital multimeter measured drain current, and a 
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