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Vu le caractère non-invasif des procédures d'électrophysiologie interventionnelle, la visualisation de régions anatomiques d'intérêt et une orientation adéquate en cours de procédure sont nécessaires. L'objectif de cette thèse est d'étudier, d'optimiser et d'étendre l'utilisation des modalités d'imagerie radiographique. La dose de radiation effective (ED) est calculée d'une façon spécifique au patient pour l'angiographie rotationnelle 3D (3DRA) et il est démontré qu'en ajustant l'acquisition en 3DRA et en fluoroscopie, une réduction de dose importante est possible sans compromettre la qualité d'image nécessaire à la procédure. Un protocole d'acquisition et posttraitement pour obtenir une imagerie dynamique basée sur le 3DRA est présenté, permettant une réduction du bruit d'image et une segmentation d'images automatique. L'extraction d'informations dynamiques, structurelles et fonctionnelles à partir d'images MDCT, relatives à la gestion de la fibrillation auriculaire (FA) est étudiée. La fonction auriculaire globale est examinée et des cartes de mouvement régional et de tissu adipeux épicardique sont produites et liés à la FA à différents stades. Une méthode automatisée est présentée pour mesurer l'orifice de l'appendice auriculaire gauche au long du cycle cardiaque et pour optimiser le déploiement de dispositifs de fermeture. Optimiser l'usage des rayons X, les protocoles d'acquisition et les méthodes de posttraitement d'images, permet d'obtenir des informations supplémentaires pertinentes aux procédures d'électrophysiologie interventionnelle depuis les modalités d'imagerie radiographiques sans compromettre la qualité d'image ou le flux de travail procédural.

INTÉGRATION DE MODÈLES DYNAMIQUES ET FONCTIONELS SPÉCIFIQUES AU PATIENT EN SUPPORT DE PROCEDURES D'ÉLECTROPHYSIOLOGIE INTERVENTIONELLE

relatives à la gestion de la fibrillation auriculaire (FA). Basé sur une méthode de régistration non-rigide entre des images MDCT reconstruites pour différentes phases du cycle cardiaque, nous avons examiné la fonction auriculaire globale, représenté par l'évolution des volumes de l'oreillette gauche. Grace à la résolution spatiale du MDCT, suivre le déplacement régional de la parois atriale à travers du cycle cardiaque nous à permis de produire des cartes 3D montrant le mouvement régional en phase de contraction et de expansion atriale. Cette activité mécanique peut être liée à la charge fibreuse locale et donc indirectement au stade de FA. À cet égard nous avons également étudié la distribution du tissu adipeux (sous-) épicardique, étant un autre indicateur pour la fibrose de l'oreillette gauche. Nous avons lié la charge de ce tissu adipeux aux caractéristiques de populations souffrant de FA à différents stades. Dans une sous-population, la corrélation de la distribution de ce tissu adipeux avec les voltages intracardiaques, qui servent actuellement à guider les ablations de la FA persistante, a été étudiée.

Finalement, dans un dernier chapitre, nous appliquons cette méthode de segmentation automatique pour définir l'orifice de l'appendice auriculaire gauche tout au long du cycle cardiaque. De cette façon, les dimensions de cet orifice, cruciales pour la sélection pre-opérative du dispositif d'occlusion de l'auricule gauche approprié pour le patient en FA ne pouvant recevoir de thérapie par anticoagulation en prévention d'apoplexie, peuvent être calculés (de façon automatique également).

Cette méthode permet d'optimiser les mesures pour le déploiement de dispositifs de fermeture de l'appendice auriculaire gauche de façon 3dimensionale où actuellement ceci se fait en 2 dimensions par échocardiographie.

Dans l'ensemble, nous démontrons que par l'optimalisation de l'usage des rayons X, des protocoles d'acquisition et des méthodes de posttraitement d'images, des informations supplémentaires pertinentes les procédures d'électrophysiologie interventionnelle peuvent être extraites de modalités d'imagerie radiographiques sans compromettre la qualité d'image ou le flux de travail procédural. Stijn De Buck, my big brother in arms, for helping me to keep my sails straight, for correcting my bearing when needed and once for preventing me from falling out of the boat.

Michel Haissaguerre, Mélèze Hocini, Fred Sacher, Nicolas Derval, Arnaud Denis, Arnaud Chaumeil and Sana Amraoui for teaching and training my eyes and hands in what is arguably the most complex and interesting field in human medicine.

RÉSUMÉ

Les procédures électrophysiologiques interventionnelles ont pris une place majeure dans la diagnose et le traitement d'arythmies cardiaques. En raison de leur caractère non-invasif, la visualisation de régions anatomiques d'intérêt et une orientation adéquate en cours de procédure sont nécessaires. À cet égard, les modalités d'imagerie radiographique, à savoir l'arceau-en-C et le scanner, ont un rôle important. L'objectif de cette thèse est d'étudier, d'optimiser et d'étendre leur utilisation, tout en respectant le flux de travail clinique. À cet effet, nous avons pris en compte les aspects d'acquisition d'image et la phase de post-traitement à partir de laquelle des informations anatomiques, dynamiques ou fonctionnelles pertinentes peuvent être extraites.

La première partie de cette thèse concerne l'influence des paramètres d'acquisition d'image du système d'arceau-en-C sur la dose de radiation reçue par le patient. Nous avons développé une méthode pour calculer la dose effective (ED) d'une façon spécifique au patient pour l'angiographie rotationnelle 3D (3DRA) et nous avons démontré qu'en appliquant des ajustements de protocole d'acquisition en 3DRA et en fluoroscopie, une réduction de dose importante peut être obtenue sans compromettre la qualité d'image nécessaire à la procédure, la sécurité procédurale ou le résultat.

La deuxième partie de cette thèse se concentre sur le développement et la validation d'un protocole d'acquisition et de post-traitement pour obtenir une imagerie dynamique basée sur le 3DRA. Cette méthode permet une réduction du bruit d'image et une segmentation d'images automatique pour obtenir des modèles dynamiques de l'endocarde. La faisabilité et la validation ont été effectuées dans une petite étude sur des animaux et une étude pratique dans le contexte clinique en utilisant une régistration 3DRA-fluoroscopie en biplan.

La troisième partie de cette thèse porte sur l'extraction d'informations dynamiques, structurelles et fonctionnelles à partir d'images MDCT, relatives à la gestion de la fibrillation auriculaire (FA). Nous avons examiné la fonction auriculaire globale et produit des cartes de mouvement régional et de tissu adipeux (sous-) épicardique, étant des indicateurs pour la fibrose de l'oreillette gauche, et lié ceux-ci à la pathologie de FA à différents stades. Nous avons également développé une méthode automatisée pour mesurer les dimensions de l'orifice de l'appendice auriculaire gauche tout au long du cycle cardiaque chez des patients en FA afin d'optimiser les mesures pour le déploiement de dispositifs de fermeture de l'appendice auriculaire gauche. Dans l'ensemble, nous démontrons que par l'optimalisation de l'usage des rayons X, des protocoles d'acquisition et des méthodes de post-traitement d'images, des informations supplémentaires pertinentes pour les procédures d'électrophysiologie interventionnelle peuvent être extraites de modalités d'imagerie radiographiques sans compromettre la qualité d'image ou le flux de travail procédural.

SAMENVATTING

Interventionele elektrofysiologische procedures spelen een steeds grotere rol in de diagnose en behandeling van hartritmestoornissen. Door hun niet-invasief karakter is er nood aan zowel visualisatie van relevante anatomische regio's als feedback van procedurele manoeuvres. Hierin hebben radiografische beeldvormingsmodaliteiten, met in het bijzonder C-arm gebaseerde systemen en multi-detector computertomografie (MDCT), een belangrijke plaats. Het doel van dit proefschrift was om het gebruik ervan te analyseren, te optimaliseren en uit te breiden, rekening houdend met de praktische klinische workflow. Zowel beeldacquisitie als beeldverwerking, die het mogelijk maken relevante anatomische, dynamische of functionele informatie te bekomen, werden in acht genomen.

Het eerste deel van dit proefschrift richt zich op de acquisitie-parameters van C-arm systemen en hun invloed op de stralingsdosis voor de patiënt. We ontwikkelden een patiënt-specifieke manier om effectieve dosis (ED) in 3D rotationele angiografie (3DRA) te berekenen. Vervolgens toonden we aan dat, voor zowel 3DRA als fluoroscopie, het adequaat aanpassen van acquisitie-protocols een belangrijke vermindering van de stralingsdosis kan teweeg brengen en dat dit mogelijk is zonder in te boeten aan nodige beeldkwaliteit, procedurele veiligheid of eindpunten.

Het tweede deel van dit proefschrift richt zich op de ontwikkeling en validatie van een acquisitie-en beeldverwerkingsprotocol voor dynamische beeldvorming op basis van 3DRA. Deze methode maakt het mogelijk, dankzij automatische ruisonderdrukking en beeldsegmentatie, om dynamische modellen van het endocard te verkrijgen. De haalbaarheidsstudie en validatie van dit protocol werden in een kleine studie bij dieren uitgevoerd met aansluitend een praktische patiëntenstudie in een biplane 3DRA-fluoroscopie omgeving.

Het derde deel van dit proefschrift richt zich op het bekomen van dynamische, structurele en functionele informatie uit MDCT beelden, die relevant zijn binnen de context van voorkamerfibrillatie (VKF). We bestudeerden atriale functie en genereerden 3D kaarten van regionale atriale dynamica en (sub-)epicardiaal vetweefsel, die beiden als indicatoren fungeren voor fibrose van de linker voorkamer, en correleerden ze met de graad van VKF. We ontwikkelden ook een geautomatiseerde methode om de afmetingen van de opening van het linker hartoor doorheen de hartcyclus te bepalen in VKF patiënten met als doel de nodige metingen te optimaliseren met oog op linker hartoor-occlusie.

Globaal tonen we aan dat met behulp van optimalisatie van stralingsgebruik, acquisitie-protocollen en beeldverwerkingsmethoden, relevante aanvullende informatie voor interventionele elektrofysiologische procedures kan worden gewonnen uit radiografische beeldvormingsmodaliteiten, zonder afbreuk te doen aan beeldkwaliteit of procedurele workflow.

SUMMARY

Interventional electrophysiological procedures have taken a major role in the diagnosis and management of cardiac arrhythmias. Due to their non-invasive character, visualisation of anatomical regions of interest and adequate guidance of procedural manoeuvres is required. In this respect, radiographic imaging modalities, i.e. C-arm based and multi-detector computed tomography (MDCT), have taken an important place. The aim of this thesis was to study, optimise and expand their use, while respecting the practical clinical workflow. For this purpose, we both considered the image acquisition aspects and the post-processing phase from which relevant anatomical, dynamic or functional information can be extracted.

The first part of this thesis focuses on the influence of C-arm system image acquisition parameters on radiation dose incurred by the patient. We developed a patient-specific way to calculate effective dose (ED) in 3D rotational angiography (3DRA) and showed in 3DRA and fluoroscopy that by applying adequate protocol adjustments, an important dose reduction could be obtained without compromising necessary image quality, procedural safety or outcome.

The second part of this thesis focuses on the development and validation of an acquisition and post-processing protocol for dynamic imaging using 3DRA. This method enables automatic image noise reduction and image segmentation to obtain dynamic models of the endocardium. Feasibility and validation was performed in a small animal study and a practical patient study using biplane 3DRA-fluoroscopy registration.

The third part of this thesis focuses on the extraction of dynamic, structural and functional information from MDCT images, relevant to management of atrial fibrillation (AF). We looked at

INTRODUCTION chapter I GENERAL INTRODUCTION

The past quarter of a decade has presented us with important evolutions in the field of cardiac rhythm management. Where diagnostics were limited to clinical appreciation and electrocardiography, antiarrhythmic drugs constituted the backbone of therapy and outcomes were often unsatisfactory; the introduction of interventional cardiac electrophysiology (EP) opened a wide scope of new perspectives in both the diagnostic and therapeutic field.

Since the first pacemaker implantation by Senning and Elmquist in 1958, the first implantation of Mirowski's ICD in 1980 and the first radiofrequency catheter ablation procedure by Scheinman in 1981, the paradigm shift towards non-pharmacologic treatment of tachy-and brady-arrhythmias broadened the scope of diagnostics and therapeutic indications and dramatically improved survival and quality of life in many patients. Moreover, the aim of the EP intervention is to restore or maintain normal physiological cardiac function rather than suppressing it. Therefore, pharmacological therapy, with its often non-negligible side effects, can now very often be considered adjuvant rather than of crucial necessity to the treatment. [1][2][3][4][5][6] Meanwhile, several other percutaneous or minimally invasive interventions have been developed in an attempt to prevent further decay of cardiac arrhythmias or conduction disorders and their sometimes very invalidating consequences. Examples are cardiac resynchronisation therapy (CRT), percutaneous valve repair or left atrial appendage (LAA) closure devices. 7,8 Rapidly evolving scientific advances have since sustained this divergence in indications but have rapidly increased complexity and interdependence of the technical aspects of this multi-faceted discipline.

An important aspect, inherent to the minimally invasive character of catheter-based interventional EP, is the guidance of the intervention through adequate visualisation of procedural manoeuvres. Successful interventions require characterisation and anatomical localisation of the region of interest in order to allow precise manipulation and to increase procedural safety by avoiding harming structures at risk. The cornerstone of catheter-based interventions is the use of fluoroscopy for real time feedback of catheter positions (see Figure 1). This visual information, combined with measured local electrical activity where applicable, enables diagnostic analysis and definition of those targeted regions. To date, this so-called conventional approach is still widely used, and this is certainly the case in device deployment and routine ablation procedures.

For some procedures, however, this approach falls short when the complexity of the anatomical region and/or electrical behaviour of the substrate increase. Recent scientific studies have shown that integrating highly detailed visualisation of relevant anatomical endo-and epicardial structures during complex ablation procedures or CRT implantations results in net clinical benefit in terms of safety, accuracy, procedural radiation exposure, procedural duration and/or clinical outcomes. [9][10][11][12][13][14][15] Three-dimensional rotational angiography (3DRA), multi-detector computed tomography (MDCT), cardiac magnetic resonance (CMR) and intra-cardiac echography (ICE) are the more or less established radiographic and non-radiographic imaging modalities that are currently used to generate these 3D anatomical models. Electro-anatomical mapping (EAM) systems, for their part, also offer the possibility to generate approximating geometries of the regions of interest and can additionally be combined with pre-or periprocedural imaging. 16 Application-specific optimisation of image acquisition and processing has shown potential ability to provide dynamic, structural and/or functional information on top of detailed anatomy (depending on the physical principles of the used imaging modalities). Initial studies have already shown significant contribution to procedural success when integrating detailed evaluation of anatomic substrate. [17][18][19][20][21] However, next to demonstrating relevance towards final outcome parameters, the mere act of obtaining this additional information is a very intricate challenge by itself, subject to a large number of interfering limitations, be it technical (feasibility, usability in clinical practice, interface with EAM or fluoroscopic systems,…), of logistic character (availability, clinical workflow, cost and time efficiency,…) or patient related (radiation dose limitations, contrast media in high risk population, presence of devices,…).

IMAGING MODALITIES IN SUPPORT OF INTERVENTIONAL ELECTROPHYSIOLOGICAL PROCEDURES.

A. Radiographic

Radiographic (or X-Ray) imaging techniques are based on photon-matter interaction to differentiate tissue types. X-Ray pho-tons are generated in a concealed vacuum tube using the Röntgen technique: electrons from a current (characterised by its mA, integrated over time: mAs) passing through a low voltage circuit in a cathode are released by thermal excitation and accelerated in a high DC voltage field (characterised by its kVp) until they hit a tungsten anode element, generating a continuous spectrum of Bremsstrahlung (lit. radiation from electron deceleration) with some higher amplitude characteristic radiation peaks proper to photon-tungsten atomic interaction. Both types of radiation are scattered in all directions with a distribution in function of the anode inclination. X-ray photons can only exit the tube through a small window carrying a thin aluminium filter with or without additional copper filtration to remove lower energy photons (see Figure 2), followed by an optional collimation unit. The photon beam is oriented such as to reach a flat-panel solid-state detector with discrete scintillation crystals, covered by an anti-scatter grid. Here, arriving photons are first converted to visible light, which is subsequently detected by photodiodes: semi-conductor devices using the photoelectric effect to convert light to a measurable electrical current per crystal. When a patient is positioned between tube and detector, the photon beam interacts with human tissue in two relevant ways: Compton scattering and photoelectric effect (see Figure 2). With photoelectric effect, the incoming photon's energy is entirely used to release an electron from the hit atom. Compton scattering is the process where only part of the incoming photon's energy releases an electron from the atom and the remainder travels on as an outgoing photon with a lower energy and a different direction (i.e. scatter). Depending on properties of the irradiated tissues, more or less photons are absorbed by these two types of interactions, leaving only a fraction of the initial photon beam to exit the patient's body in the initial direction and reach the detector. The fraction of photons received in one crystal is therefore characteristic for the sequence of tissue types and their respective thickness crossed by the photon beam aimed at that crystal. Bone (i.e. calcium) is the most X-Ray absorbing human tissue, while metals (e.g. catheter electrodes) have even stronger absorbing properties. Iodine contrast agents can be used for their increased absorption properties by being intravenously injected immediately prior to imaging to increase blood pool-to-wall contrast.

FLUOROSCOPY

Fluoroscopy systems are present in all catheterisation rooms (cath labs) and are the mainstay of periprocedural imaging for interventional EP procedures. A rotatable C-arm system placed over the patient emits pulses of X-Ray photons of fixed pulse duration in a repetitive way at a predefined pulse rate (i.e. frame rate) as long as the operator activates the system, which generates a sequence of 2D projection images. At present, all commercial fluoroscopy systems have different presets with different tube parameters (mAs, kVp, filtration, frame rate,…) which influence image "quality", i.e. spatial and temporal resolution and contrast.

MULTI-DETECTOR COMPUTED TOMOGRAPHY

Multi-Detector Computed Tomography (MDCT), an established and readily available medical imaging technique in general, finds its place in the interventional EP setting mainly where the poor soft tissue contrast resolution of fluoroscopy falls short and where cardiac chamber geometries generated by EAM systems have suboptimal accuracy with respect to replicating complex anatomical structures. Its ability to create highly detailed 3D images, with a 0.3 mm spatial resolution and with progressively decreasing radiation burden due to advances in dose modulation technologies, makes it interesting for pre-procedural planning of EP procedures and for periprocedural guiding of catheters when merged with EAM systems. MDCT is the gold standard imaging technique when it comes to visualising anatomical landmarks relevant to EP procedures. Evident examples when using iodine contrast enhancement are atrial and ventricular endocardial contours, coronary sinus anatomy, LAA dimensions, the pulmonary vein (PV) configuration (which can be highly variable) 22,23 and isthmus lengths for AF/AT ablations. However, MDCT also brings important additional information to guide complex peripheral (venous occlusions, coronary venous system,…) accesses and enables the identification of extra-cardiac structures at risk such as the oesophagus, the aorta, the coronary arteries and the phrenic nerve. Moreover, MDCT can be used for pre-procedural LAA thrombus detection. 24 Secondary intramural changes visualised by MDCT (e.g. fibro-fatty replacement, wall thinning,…) additionally provide valuable structural information for planning ablation procedures or CRT implantations. 25 Post-procedural monitoring of PV stenosis is also mainly done using MDCT. 26 In practice, MDCT is preferably performed in patients in (slow) sinus rhythm in order to optimise prospective ECG-triggered tube current modulation. Current systems use a multi-detector array to detect a broad X-Ray beam helically rotating around the patient, which limits motion artefacts. State-of-the-art systems, for their part, can scan an entire heart in a single rotation, thereby reducing radiation dose by avoiding helical overscan.

THREE DIMENSIONAL ROTATIONAL ANGIOGRAPHY

Three Dimensional Rotational Angiography (3DRA) is performed using the same C-arm system as for fluoroscopy and allows periprocedural creation of 3D images. These are reconstructed from a sequence of ≥100 2D "fluoroscopic" projection images acquired during a short-time (5-20 s) C-arm rotation of ≥200° around the patient. This imaging technique has been developed a decade ago and has since found its place in many cath labs due to its ability to generate single cardiac chamber images, highlighting endocardial contours with comparable quality to cardiac CT and having the advantage of flexible on-demand usability and full compatibility, registration-wise, with its corresponding fluoroscopy system. 27 Currently available commercial systems have a built-in feedback system that gradually adapts tube settings throughout the C-arm rotation in order to keep detector input dose constant ("tube modulation"). Typically, a pre-programmed bolus of iodine contrast agent is injected while the heart is quasi-immobilised by applying rapid ventricular pacing or by injecting adenosine to obtain a short-lived AV-nodal conduction block. 28 

B. Non-Radiographic:

1. CARDIAC MAGNETIC RESONANCE Cardiac Magnetic Resonance (CMR) is a 3D imaging technique that uses the electromagnetic behaviour of hydrogen ions, differing between tissue types, to create images. By applying a strong static magnetic field (currently 1.5 or 3T), all hydrogen ions can be aligned while spinning around their own axis at a circular frequency proportional to this applied magnetic field. A short electromagnetic pulse at this particular frequency (in the RF range) brings the hydrogen ions in resonance, flipping their initial magnetic vector orthogonally. Subsequent return to the initial aligned rest state is a progressive process during which hydrogen ions release the absorbed RF energy. Due to ion interaction this energy release has a different time-course for all tissues, which can be measured and generates the tissue contrast in the image. Small magnetic field gradients applied in all 3 directions allow localisation of the protons. The RF pulse definition can be varied to highlight different magnetic properties of tissues, allowing optimisation of a certain tissue type's contrast (e.g. epicardial fat). Using gadolinium as an electromagnetic contrast agent, differences in tissue perfusion and contrast washout (i.e late gadolinium enhancement -LGE) can be measured as well, allowing better characterisation of scar tissue within viable myocardium. A major current limitation of CMR imaging is the interaction with ferromagnetic material, making it unsafe for patients with implanted devices due to lead heating, altered device function or device failure. 29 Meanwhile, MRI-safe devices have entered the market and adjusted CMR imaging protocols have been designed, while wideband MRI is a novel technique that can limit artefacts originating from the presence of a device. [30][31][32] 2. ULTRASOUND Intracardiac (ICE), transthoracic (TTE) and trans-oesophageal echocardiography (TEE) are three applications of ultrasound imaging that can each deliver specific real-time information relevant prior to or during an interventional EP procedure, ranging from 2D or 3D anatomical and functional and VT substrate assessment over intracardiac thrombus visualisation to periprocedural catheter or trans-septal puncture guidance.

ELECTRO-ANATOMICAL MAPPING SYSTEMS

Electro-Anatomical Mapping (EAM) systems are non-fluoroscopic magnetic and/or impedance based catheter localisation systems recording catheter electrode positions with measured local electrical signals. Developed to map bipolar or unipolar voltages and activation times, these systems give great insight in complex arrhythmias by displaying electrical viability of local tissue and paths of electrical activation. By storing positional information on a 3D mesh, a geometry approximating the actual anatomy of the studied region is inherently created. This geometry's resolution is dependent on catheter tip thickness and inter-electrode distance and its accuracy is furthermore very dependent on reference electrodes' stability throughout the mapping process and is subject to magnetic or impedance field inhomogeneity. Further limitations due to the absence of internal reference are the limited compensation for cardiac and respiratory motions. For these reasons, the resulting geometry has no linear relationship with the true anatomy, unlike all previously mentioned imaging modalities. EAM systems are mostly employed in support of complex catheter ablation procedures but have recently been adapted for non-fluoroscopic deployment of left ventricular electrodes for CRT devices. 33 

RADIATION DOSE IMPLICATIONS OF RADIOGRAPHIC

IMAGING MODALITIES

What is radiation dose?

The interaction of X-Ray photons with matter is necessary to create the radiographic image, as stated above. This process, however, leads to photon energy loss in the form of ionisation. The photoelectric effect and Compton-scattering both give rise to an energy transfer from the photon beam to the atom, releasing electrons in the process. These electrons have a high rate of energy transfer to the surrounding atoms when travelling through human tissue and therefore travel no more than 100µm. Over this distance, a continuous chain of ionising reactions occurs, damaging cellular structures. When this damage is either repairable or lethal for a small amount of cells, the effect is negligible on macroscopic level. Cell lethality on large scale or damage in crucial DNA regions, responsible for cell reproduction or cell growth, however, leads to devastating consequences such as cancer.

There is still much unknown in the field of radiobiology, as most quantifiable information concerning radiation effects on humans was deducted from major events in recent history (Japan 1945, controlled nuclear tests in the 1960's and 1970's, Tschornobyl 1986,…). Currently, it is known that from a certain threshold dose (range of Gy's) reproductive sterilisation of cell groups occurs, leading to delayed macroscopic symptoms. This response is called the deterministic effect and the severity of the reaction increases with incurred radiation dose. Interventional cardiology is, for example, responsible for 80% of skin injuries occurring a few months after a procedure. Ionising radiation, at any dose, also brings certain damage whose probability to induce cancer is believed to be proportional to the dose. This so-called stochastic effect is a consequence of DNA damage in single cells and is more important in children than in adults. Scientific evidence is only present for irradiation of tissue above 100 mSv, but arguments exist to believe this linear dose-risk relationship can be extrapolated to lower doses. [34][35][36] How to repor t radiation dose? Radiation dose can be reported in many ways, but often not all the relevant information is reflected. For C-arm systems, and fluoroscopy in particular, time of irradiation is measured. This parameter is of course relevant but includes no information on the photons' energy whatsoever.

More interesting is to know the ionising capacity of a photon beam. Therefore, the dose-area-product (DAP) meter has been introduced for C-arm systems. It is constituted of a gas-filled chamber in which electron creation due to ionisation is measured by applying a transversal electric field. DAP is reported as the air KERMA (kinetic energy released per unit mass [ J/kg]) multiplied by the beam surface. In all radiographic imaging systems, a DAP system is installed at the exit of the tube, with its surface covering the whole photon beam width. As angulation of a C-arm varies, the photon beam coverage of the patient's body varies accordingly. Especially in lateral incidences, part of the generated photons does not cross the patient, but is counted by the ionisation chamber. DAP is therefore a measurement of the radiation produced by the system but should be considered an upper limit measurement of the absorbed dose. Similarly, for CT systems the dose-length product (DLP) is reported, i.e. the absorbed dose per axial slice (CT Dose Index -CTDI) integrated over the scan length.

An important entity for C-arm guided interventional procedures is the skin dose at the skin entrance point. Here, the dose is highest and the surrounding skin is the most prone to (delayed) injury, like erythema, burns or even necrosis. Therefore, every commercial system reports an estimate of this skin entrance dose by calculating the air KERMA at 15 cm from the C-arm's centre of rotation (believed to be in the heart), using the quadratic rule. A skin dose limit of 87 mGy/min is the governmentally imposed skin dose limit in the U.S. and in European countries.

The entities mentioned above are physical quantities and therefore do not reflect the potential biological effects of the X-Ray irradiation. The most comprehensive way to report radiation dose is by taking into account the irradiated tissue's sensibility to X-Ray photons. Effective dose (ED, [mSv]) has been defined to this end, by weighing the absorbed dose per tissue type with a coefficient derived from its susceptibility to stochastic effects. Again, these coefficients are based on population studies following high-dose exposures, but can be considered the most refined way to reflect the impact of X-Ray radiation on irradiated tissues today. Table 1 shows the weighting factors as defined by the international committee for radiation protection (IRCP) in 2007. 37 0.12 0.08 0.04 0.01 0.008 � = 1

Tissue weighting factor Organs

Breast, colon, lung, stomach, bone marrow Ovaries, testes Thyroid, bladder, oesophagus, liver Bone, skin, salivary glands, brain Heart, kidneys, pancreas, prostate, uterus No commercial systems report ED, however, because of its statistical connotation and modelling assumptions to link whole-body high-dose exposures to non-uniform partial organ exposure in more controlled setting. An often used and very comprehensive way to report ED is by performing Monte Carlo simulations. Thereby, actual tube settings define the photon energy spectrum and the system's geometrical disposition in relation to the patient is used to simulate tissue interaction of direct and scattered radiation, thereby using standardised phantom models to represent the patient's anatomy (see Figure 3).

For rapid, periprocedural ED estimation, Monte Carlo simulations are of course not convenient. Therefore, approximating conversion factors from DAP to ED have been published for thoracic fluoroscopy (0.2 mSv/Gycm 2 in an average adult). 36 Similar conversion factors from DLP to ED exist for thoracic CT (14.5 mSv/Gycm in an average adult). 38 

CARDIAC IMAGE REGISTRATION AND INTEGRATION.

A. Types of Image Registration.

Image registration is the mathematical image transformation process aligning one image to another by finding their spatial relation. In the registration process of two images, a moving image is iteratively deformed to be optimally spatially aligned to the fixed or reference image. The different methods available to perform this spatial alignment can be subdivided in accordance to their specific properties.

Both mono-modal and multi-modal registrations are possible.

In the former case, defining time-evolution of a certain characteristic, visualised by the same imaging modality, is often of interest. The latter is rather used to combine the complementary information obtained by different imaging modalities in a single image.

Image dimensions also influence the registration process: in 3D-3D and 2D-2D registration, the voxels resp. pixels of one image are transformed to find accordance with voxels and pixels of an image of the same dimensionality. In 2D-3D registration, however, a geometric projection of the 3D image has to be optimised prior to performing a 2D-2D registration, or vice-versa.

The transformation model can either be linear or non-linear.

Rigid transformations are the most straightforward linear registration methods, using only rotations and translations. Affine transformations additionally allow stretching and shearing, or any of their combinations. A major limitation of these methods is that they apply the deformations on an entire image. If more pronounced local deformation is necessary or deformation in only a part of the image, more complex non-linear, also called non-rigid or elastic, methods are needed.

B-spline-based free-form transformations are the most widespread non-rigid registration methods used for medical images, as they favour smooth warping throughout the image, as can be expected from physiological motion. An image can be deformed by manipulating a B-spline control-point grid placed across the image and the transformation of each point in the image can be calculated from only a limited amount of surrounding controlpoints. Deformation precision can be altered locally by varying B-spline control point distribution density. The registration problem can be approached by either focusing on geometrical features or on pixel/voxel intensity distribution. In feature-based registration, corresponding locations or contours of structures of interest are marked between the two images and the moving image is deformed to optimally align these structures of interest. Hereby, the fiducial registration error (FRE), i.e. a predefined distance measurement between the corresponding points or contours, is minimised. However, their marking requires a manual selection of points or a segmentation of contours. The latter is often performed using (semi-) automatic pixel/voxel intensity thresholding or region growth algorithms when sufficient contrast is present at the boundaries of interest and in absence of noise and artifacts. Alternatively, contour segmentation needs considerable manual interaction. It is clear that accuracy of segmentation or fiducial point selection additionally influences total registration error. Intensity-based registration rather focuses on intensity patterns present in both images and searches for the way to deform the moving image in order to obtain an optimal intensity correspondence with the fixed image. Well-defined similarity measures (or metrics) are necessary for a proper intensity-based image correspondence assessment. Metrics using squared differences or cross-correlation are common for mono-modal registration problems, as corresponding structures show similar intensities. For multi-modal intensity-based registration, more refined similarity measurement is necessary and for medical imaging, this is often done using joint entropy or mutual information of the images. 40 Transformation model parameters are iteratively adapted to find the optimal value of the metric. For this optimisation process, the gradient descent method is very often used in medical image registration: for a given set of transformation model parameters, the direction of the greatest variation in the similarity measure function can be calculated and parameters are subsequently changed to reach a new optimum in this direction. This process is repeated until no significant difference in metric value can be found using similar recurrent searches. 41 B. Registration Applications.

Image registration finds its application in interventional procedures, where combining information from different imaging modalities in a single view is of procedural interest. Especially the ability to integrate high anatomical detail to the procedural workflow was a major incentive in the development of specific image registration methods. Cardiac and respiratory motion, different imaging conditions, intra-patient temporal variations in e.g. volume status, etc. complicate the registration problem and adapted methods need the flexibility to contain these factors in order to minimise registration errors.

EAM-3D integration.

Integration of 3D anatomy obtained from segmentation of HRCT, CMR, 3DRA and/or ICE images can currently be performed in all commercial EAM systems. The advantage lies in adding complementary anatomical or structural information to the electrophysiological context in order improve procedural planning and outcome parameters (see Table 2).

Kistler et al [START_REF] Kistler | The impact of CT image integration into an electroanatomic mapping system on clinical outcomes of catheter ablation of atrial fibrillation[END_REF] Martinek et al 15 Kistler et al 13 Tang et al [START_REF] Tang | A randomized prospective comparison of CartoMerge and CartoXP to guide circumferential pulmonary vein isolation for the treatment of paroxysmal atrial fibrillation[END_REF] Della Bella et al [START_REF] Bella | Image integration-guided catheter ablation of atrial fibrillation: a prospective randomized study[END_REF] Bertaglia et al [START_REF] Bertaglia | Image integration increases efficacy of paroxysmal atrial fibrillation catheter ablation: results from the CartoMerge Italian Registry. Europace: European pacing, arrhythmias, and cardiac electrophysiology: journal of the working groups on cardiac pacing, arrhythmias, and cardiac cellular electrophysiology of the[END_REF] Caponi Table 2 -Overview of the studies designed to evaluate the impact of imaging integration for atrial fibrillation ablation on the procedural and clinical outcomes. (Adapted from ref. [START_REF] Ponti | Role of three-dimensional imaging integration in atrial fibrillation ablation[END_REF] )

A number of studies evaluating registration errors in the initial stadium of EAM image integration showed that rigid pointbased registration led to high fiducial registration errors. Current HRCT or CMR based image integration in EAM systems are using a combination of landmark and surface-based rigid registration (see Figure 5). 11 The limitations of this rigid approach are known but its computational speed is a necessary trade-off parameter for a fluent procedural workflow and some studies could show limited registration errors using appropriate positions for fiducial points as well as cardiac and respiratory cycle locations. [START_REF] Fahmy | Intracardiac echoguided image integration: optimizing strategies for registration[END_REF][START_REF] Malchano | Integration of cardiac CT/MR imaging with three-dimensional electroanatomical mapping to guide catheter manipulation in the left atrium: implications for catheter ablation of atrial fibrillation[END_REF] Figure 5 -Integration of HRCT segmentation of the left atrium (A) in an EAM system. The segmentation is registered to the EAM geometry (B) using a combination of landmark and surface-based rigid registration. Panel (C) shows the overlay of both images after registration using the CartoMerge (Biosense-Webster) system.

3D-Fluoroscopy registration.

For many interventional procedures, there is no necessity or possibility to use EAM systems and the conventional fluoroscopic approach is preferred. Detailed 3D anatomy can be of use, however, but in in order to provide integration with the fluoroscopy system, a 2D-3D registration needs to be performed. To enable comparison of the fixed and moving image, one of them needs to be converted to the other's dimensional space. In practice, for computational efficiency reasons, 2D images are generated based on the 3D volume. Thereto, the 3D volume is projected from certain angles and focus distances (properties of the actual fluoroscopy system) to artificially generate 2D equivalents called digitally reconstructed radiographs (DRRs).

Next, the 2D-2D registration optimisation problem is solved using iodine-contrast enhanced high-resolution fluoroscopy images as fixed images. In the case of cardiac 3D-2D integration, the registration is most often performed using a feature-based rigid transformation. In principle, this approach only requires solving the 2D-2D registration problem using 2 distinct angles of incidence to cover robustly for its 6 degrees of freedom (3 rotations, 3 translations).

As mentioned previously, using per-procedural 3DRA on the same C-arm system to generate the 3D image has advantages concerning image registration over HRCT or CMR, which are performed at different moments in different logistical and patient conditions.

OBJECTIVES

The aim of this thesis was to study and expand the use of C-arm based imaging and multi-detector computed tomography (MDCT), the two most widespread and readily available imaging modalities contributing to interventional electrophysiological procedures to date.

The general hypothesis of this work was: 1) It is feasible to optimise the use of medical radiation and image acquisition protocols in order to obtain images of non-inferior quality while 2) creating the possibility to extract supplementary dynamic, functional and/or structural information from these images that 3) have clinical added value to interventional electrophysiological procedures in terms of procedural outcome parameters while 4) respecting practical clinical workflow.

The first part deals with patient-incurred radiation optimisation in C-arm based imaging for interventional electrophysiological procedures: three-dimensional rotational angiography (3DRA) in support of catheter ablation procedures and fluoroscopy in device implantations. First we developed a Monte-Carlo based method to accurately quantify, in a patient-specific way, the effective dose (ED) in 3DRA during supraventricular ablation procedures. We evaluated the system settings and patient characteristics influencing ED and the impact on segmented image quality. Secondly, we sought to reduce 3DRA ED while preserving clinically relevant anatomical detail in segmented images by reducing two parameters that greatly influence ED of 3DRA: the number of acquired frames during a 3DRA rotation and the dose per frame used for imaging the atria in the context of supraventricular ablation procedures. Finally, we retrospectively studied the impact on ED of implementing a new dose reduction protocol for C-arm based fluoroscopic imaging in cardiac implantable electronic device (CEID) procedures. We assessed procedural safety and efficacy in a large population of patients undergoing CEID implantations or interventions.

The second part focuses on the development of a novel image acquisition and post-processing protocol to generate dynamic endocardial left ventricular models, with clinically acceptable total radiation burden for integration in fluoroscopy or electro-anatomical mapping (EAM) systems. First, in an experimental study on pigs, we developed post-processing software based on intra-modality B-spline non-rigid image registration to reduce image noise and streak artefacts and enable segmentation of low-dose multi-phase 3DRA images. Methodological parameters were optimised and validated using manual image segmentations. Finally, in a feasibility study in clinical setting, we adapted the methodology for patient imaging, optimised the acquisition workflow and validated the resulting multi-phase 3DRA segmentations with biplane fluoroscopy.

The third part describes different post-processing methodologies to extract dynamic, functional and structural information from pre-procedural MDCT images in patients with atrial fibrillation (AF). First, we adapted the multi-phase 3DRA method to MDCT images in order to assess left atrial global and regional function in paroxysmal and persistent AF patients. Global function was compared to cardiac magnetic resonance (CMR) functional measurements. Secondly, we also adapted this method to automatically measure left atrial appendage (LAA) volume and LAA orifice dimensions, surface and eccentricity throughout the cardiac cycle in order to optimise preprocedural planning of LAA closure device implantations in AF patients. Finally, we aimed to develop a method for automated mapping and quantification of intra-myocardial hypoattenuation from MDCT images, assessed the clinical correlates in a population of paroxysmal and persistent AF patients and aimed to evaluate electrophysiological correlates by means of contact mapping. Three-dimensional rotational angiography can be performed with acceptable patient radiation dose, comparable to cardiac CT. With the 3DRA system studied (Siemens Axiom), slender patients may currently receive unnecessarily high radiation doses when compared with obese patients, so that further dose reduction seems feasible for many patients. Adequate collimation is imperative to limit patient exposure.

INTRODUCTION

During catheter ablation for many arrhythmias, especially atrial fibrillation (AF), accurate anatomic lesion deployment is of crucial importance. This explains the development of threedimensional (3D) electro-anatomical mapping systems with or without integration of pre-procedurally acquired 3D models from CT or MRI [1][2][3] , and approaches which integrate live fluoroscopy with 3D images resulting in a purely radioscopy-based tracking and mapping system. 4,5 Recently, three-dimensional rotational angiography (3DRA) has been introduced as a modality for 3D imaging during the ablation procedure itself. In 3DRA, an X-ray tube mounted on a C-arm performs a 200-240° rotation around the patient. Its cone-shaped radiation beam projects on a large flat-panel detector placed on the other end of the C-arm. A large number of two-dimensional projections are acquired over the course of the rotation. Reconstruction algorithms convert these into a set of CT-like images and construct 3D images by volume or surface rendering. With adequate contrast agent administration and cardiac motion reduction, the image quality delivered by 3DRA has been shown to be comparable to or even exceeding classical cardiac CT. 6 Moreover, while CT requires imaging at a different location and time than the ablation procedure itself, 3DRA can be performed in the interventional setting itself. This results in reduced cardiac deformation between imaging and ablation (due to changes in filling status, heart rhythm, etc.), improved registration accuracy, and optimized logistics without the need for patient relocation. A possible drawback, however, is the associated radiation dose of a 3DRA imaging run. As ionizing radiation implies health hazards related to the applied dose, its use urges physicians to caution and awareness. Although good estimates of patient radiation dose are available for cardiac CT imaging [7][8][9] and for fluoroscopic exposure during AF ablation procedures 10 ,no such data exist for 3DRA due to the complexity of such calculations. Some authors have reported estimates based simply on the dose-area product (DAP) values provided by the imaging systems, 9,11 but the used conversion factors were derived from single incidence images and have never been validated for 3DRA. There are no data on the relation between DAP and effective patient dose for 3DRA. Therefore, it is unclear in how far these estimates are correct. It was the aim of this study to develop a method for accurate and patient-specific evaluation of the effective dose (ED) during 3DRA, based on the actual tube settings of every frame during the rotation. We evaluated the key system and patient factors influencing radiation dose, and weighed patient ED vs. 3D reconstruction image quality.

METHODS

Patients

We performed 3DRA dose calculations in 42 patients (56±12 years, nine females) referred for ablation of arrhythmias in the right atrium (n = 26), the left ventricle (n = 2), or the left atrium (n = 14). Data on patients' height, weight, and body mass index (BMI) were collected as part of clinical routine. Body mass index was used to subdivide patients as normal (<25.0), overweight (25.0-30.0), and obese (>30.0) according to the WHO classification scheme.

Three-dimensional rotational angiography system and image acquisition The 3DRA system used in this study was a floor-mounted Siemens Axiom Artis dBC biplane fluoroscopy system (Siemens, Erlangen, Germany) with a large-area 30 x 40 cm flat-panel Si-detector using CsI as the scintillator material. Three-dimensional CT image reconstruction was performed using Siemens Syngo ® DynaCT Cardiac software and Leonardo workstation. In this imaging modality, 248 2D projections are sequentially acquired over the course of a 200° rotation of the X-ray tube around the patient, taking 5 s to complete (Figure 1A). Tube rotation starts at 10° above the horizontal plane. The tube then passes around the backside of the patient and ends again at 10° above the horizontal plane on the patient's other side. There is no oblique inclination of the rotation plane with respect to the longitudinal axis of the patient. The heart chamber of interest is positioned in the centre of rotation, using two orthogonal single fluoroscopy angles for guidance. Calibrated air-ionization chamber DAP meters, incorporated in the tube housing, measured the total DAP for every imaging run. Generally, the DAP value serves as an estimate of the ED received by the patient. Therefore, it is of importance to assess the relationship between DAP values and the real ED as calculated in this study. Moreover, the exact DAP values were extracted for each projection separately from the DynaCT system report file. For all patients, the ungated DynaCT acquisition protocol was used with dose settings of 0.54 µGy/ frame (n = 34), 0.36 µGy/frame (n = 4), or 0.24 µGy/frame (n = 4). Manual collimation of the tube radiation field is possible before starting the imaging run. For each patient, parameters defining the acquisition protocol and collimation were stored in log files and used for subsequent analysis. In order to study the effect of BMI on DAP, the DAP values were normalized to the noncollimated condition by dividing the DAP by the area fraction of collimated to non-collimated condition.

Contrast injection

Contrast was always administered directly into the cardiac chamber of interest to enable adequate imaging, as previously described. 6 Cardiac motion reduction was achieved either by stable ventricular asystole after adenosine bolus injection (n = 37) or by rapid right ventricular pacing (n = 5). A contrast volume of 60 cc (Iomeron 350, Bracco, Italy) was diluted with saline to a total volume of 120 cc and administered at a rate of 20 cc/s during 6 s (of which 2 s before start of the actual rotational run). 6 Image quality assessment of three-dimensional rotational angiography

In accordance with previous literature and guidelines, 12 3D image evaluation was performed using a semi-quantitative scale grading the quality of the 3D heart chamber models as non-diagnostic (Q = 0), useful (Q = 1), of good quality (Q = 2), or of optimal quality (Q = 3). 6,13 The evaluation criteria comprise overall image quality, noise, artefacts, and visualization of specific anatomical structures like the pulmonary veins [for left atrial (LA) images], the oval fossa, orifice of both caval veins, the eustachian ridge, and coronary sinus ostium.

Dose calculation

Currently, ED is the generally accepted single number index reflecting patient radiation risk, as stated by the ICRP 2007 recommendations. 14 It is calculated as the weighed average of the mean absorbed dose in the various body organs and tissues, with the weighing factors equal to the fraction of the total radiation detriment that would be induced by the given organ in case of whole-body irradiation. Its value is therefore mainly determined by the organs that are highly irradiated and/or have important weighting factors. In case of thoracal exposition, those organs are the breasts, lungs, active bone marrow (present in the sternum), and the oesophagus. Although the stomach and liver have high weighting factors, they do not contribute much since only their upper part is inside the radiation window. The weighting factors are based on epidemiological data on cancer risk, cancer mortality, life shortening, and hereditary risk following ionizing radiation exposure. We developed a simulation software package to calculate the ED during 3DRA image acquisition. The package is based on the PCXMC software (STUK, Finland). 15 This approach uses Monte Carlo simulation of X-ray irradiation to calculate mean absorbed organ doses for each of the 248 frames of the image acquisition separately. Summation of the 248 fractionary doses resulted in the global organ dose for the full 3DRA run. Anatomical data were based on the mathematical hermaphrodite phantom models of Cristy and Eckerman. 16 Simulations were performed with patientspecific input parameters (weight and length) and the actual 3DRA system settings for each frame, including the automatic modulation of beam energy and dose level, and collimation.

Effective dose was subsequently calculated using the latest ICRP 103 weighting factors, published in 2007. 

Statistical analysis

Summary values are given as mean ± SD. Normally distributed data were compared using an unpaired t-test for independent samples. One-way ANOVA was used to analyse differences among multiple groups. A P-value of 0.05 was considered significant. Linear regression analysis was used to evaluate the relation between patient BMI, collimation, or DAP on the effective patient radiation dose. The authors had full access to the data and take responsibility for its integrity.

RESULTS

Single patient radiation dose analysis

Figure 1B shows the angular dependence throughout a rotational run of the dose absorbed by the most irradiated organs, i.e. the lungs, the heart, the oesophagus, the breasts, and the skin. A clear dip is visible in approximately the middle 70 frames, explained by the automatic tube modulation (higher tube current, lower tube voltage) leading to a lower dose deposition in the tissues for those frames. The dose absorbed by the breasts is especially high for the first and last few frames where the breasts are the first body part being irradiated by the incident beam. The dose curves for the oesophagus and heart show multiple peaks, due to modulation of the energy of the imaging beam throughout the rotation. There is a slight difference between both curves, mainly in the beginning and end frames, since the heart is always fully positioned inside the radiation window because of the explicit isocentering for its imaging and the oesophagus is not. Lung tissue is more radiolucent than any other surrounding tissue and has therefore a more homogeneous dose distribution that depends mainly on the amount of other tissue that shields the lungs from the primary beam. The slight asymmetry in most graphs is caused by the centre of the C-arm rotation being focused on the heart, i.e. not in the centre of the patient. Moreover, organ doses are averaged over the total volume of the organ in the body. This effect is very clear for the case of skin dose where averaging is done over the total body skin surface. Notwithstanding the fact that the local dose in the skin in the primary beam is higher than any other dose, the averaged skin dose is an order of magnitude lower than other organ doses due to the small fraction of body skin exposed. Variations over the cycle are due to input field sizes and distance between the skin and the tube. All organ dose calculations have a stochastical error, inherent to Monte Carlo simulations, which varies between 0 and 2% for the organs in the radiation field.

Figure 1C plots the effective patient dose for each frame. Again, tube modulation causes the ED to dip in the central frames. On the other hand, breast dose determines the high EDs in the beginning and end frames. Lungs, active bone marrow, and oesophagus mainly shape the rest of the curve. In fact, heart dose does not contribute much to ED due to its negligibly low weighting factor. 14 Radiation doses in the study population Mean patient height, weight, and BMI were 175.6±9.3 cm, 82.4± 13.2 kg, and 26.6±3.2 kg/m 2 , respectively. Dose-area product measurements for the 3DRA acquisitions had a mean value of 45.3±6.6 Gy cm 2 . Collimation was applied in 26 of the 42 patients (62%), which reduced the irradiated flat-panel detector surface to an average of 80.9±6.6%. This resulted in a mean corrected DAP value of 51.3±3.2 Gy cm 2 . In Figure 2A, this collimation-corrected DAP is plotted against patient BMI. The horizontal trend (R 2 = 0.30) shows that the collimation-corrected DAP is nearly BMI-independent. The heart is always fully positioned inside the radiation window and no other factors, such as incomplete organ irradiation due to geometrical reasons or stochastic effects of high relative importance, can interfere with dose calculation. It is therefore the ideal organ for observing direct influence of patient properties on organ dose. Figure 2B shows an inverse relationship between heart dose and BMI, which is explained by higher absorption in fat tissue with increasing BMI. 

30). (B)

There is an inverse relationship between heart dose and BMI due to higher absorption in fat tissue with increasing BMI. (C) The total effective dose of the 3DRA imaging was inversely related to BMI (like the single organ dose), in contrast to what is expected from single incidence imaging where auto-exposure controls result in higher DAP values with BMI, and higher ED. The behaviour noted here is due to the very limited DAP increase with BMI (A). (D) Therefore, the online DAP value does not give any meaningful information about the effective radiation dose the patients incurs in the 3DRA system studied.

The mean ED, summing the doses for all frames, was 6.6 ± 1.8 mSv for the entire patient cohort. For single-angle radiation exposure, automatic exposure controls increase DAP with BMI, which leads to increased ED, despite higher fat absorption. 10 In the case of our 3DRA, however, we observed an inverse relationship on the system evaluated, as shown in Figure 2C, with decreasing ED in patients with higher BMI. This is due to the negligible increase in DAP with BMI (Figure 2A). Linear fitting for the whole study cohort yielded the equation ED = -0.41 BMI + 17.4 (R 2 = 0.55). If performed for only the subgroup in which no collimation was used, the equation was similar [ED = -0.34 BMI +16.2 (R 2 = 0.38)]. In line with the previous findings, Figure 2D shows that there is no relation between DAP values and ED.

Dose-area product and ED values are very much dependent on collimation as Table 1 shows. Moreover, collimation-corrected DAP values were not significantly different from the noncollimated group, confirming this strong collimation dependence. Surprisingly, the dose per frame (DPF) rate setting used in the imaging protocol of the evaluated 3DRA system was related to the ED values, but not at all in a proportional manner. Effective doses were only modestly higher in the 0.54 µGy/frame group (n = 34, 6.9±1.7 mSv) compared with the 0.36 and 0.24 µGy/ frame groups (n = 8, 5.4 ± 1.6 mSv; P < 0.04), much less than anticipated by DPF difference, while there was no significant difference between the 0.36 and 0.24 µGy/frame groups.

Image quality evaluation

Table 2 shows the image quality distribution in the 42 patients. Four 3D reconstructions (all with bolus adenosine protocols) were considered non-diagnostic (0) for reasons of insufficient or failed contrast injection (n = 2) or unwanted ventricular contractions during image acquisition (n = 2). All remaining reconstructions (n = 38) were deemed at least useful (Q �1) for the ablation procedure. There was no significant difference in patient BMI, collimation, adenosine vs. rapid pacing acquisition, DPF rate, and DAP between the three groups of suitable quality.

Figure 3 -(A)

The quality of the 3D images was good over all ranges of patient mass, even in the group of patients with BMI >30 kg/m 2 . There was no statistical difference in image quality among the three groups (P = 0.38; one-way ANOVA). (B) Good or optimal image quality ('2' and '3', respectively) was achieved without the need for a higher effective dose (P = 0.17).

Of 

DISCUSSION

Our data show a mean ED of 6.6±1.8 mSv for the evaluated 3DRA system. In comparison, radiation doses mentioned in the literature for conventional ungated cardiac CT range between 8.5 and 16 mSv for 16-slice, 64-slice, or double-source CT. 8,17,18 Only with protocols using low voltage and ECG-controlled tube current modulation, which cannot be used in every patient, however, comparably low EDs can be achieved in conventional CT. 17,19 All these doses have to be interpreted vs. an average yearly background dose for a human being of ~ 2.4 mSv. 20 On the other hand, the radiation dose that we calculated, taking into account the dose for every individual frame for a whole rotational acquisition, is much higher than prior estimates in the literature for 3DRA of 1.93±0.31 and 2.2±0.2 mSv. 9,11 These authors used the DAP values and generic conversion factors (derived from single incidence imaging), which clearly lead to underestimation of the ED. For fixed angle fluoroscopy, a dose conversion factor for DAP can indeed be used to predict incurred radiation dose, especially considering DAP meters are now standard features on radiological imaging systems. The situation is, however, much more complex during 3DRA imaging. Our method uses real radiation field sizes, positions, and their orientations towards the X-ray beam; it adjusts for patient size and uses the individual exposure indicators of all frames (information that may not be available on all systems). It is not possible to include these aspects in a single conversion factor. With fixed-angle fluoroscopy, automatic exposure control leads to higher DAP values and hence higher ED in obese patients. 10 We noted a correlation coefficient of 0.74 between BMI and DAP under such circumstances on a similar system (Siemens Coroskop C) 10 vs. 0.30 in this study, i.e. DAP values (corrected for the degree of collimation) vary only slightly, irrespective of the patient's constitution, and cannot be used to estimate the ED (Figure 2D). This indicates that technical specifications for au-tomatic exposure control are clearly different during rotational imaging, leading to the unexpected inverse relationship between BMI and ED. Only our detailed frame-by-frame analysis was able to demonstrate that the tube modulation was not able to increase the tube output to expectedly higher levels for obese patients. Therefore, for the evaluated system, DAP values carry no information of direct clinical importance (Figure 2D). Whether this is a general feature of 3DRA systems is unknown but relevant for further study. This observation has also triggered us to evaluate image quality in relation to radiation dose. Regarding 3D reconstruction image quality, neither BMI, DAP, DPF rate nor ED appears to be the determining factor. It was shown that images of optimal quality (Q = 30) could be obtained even for obese (BMI�30) patients. It is clear that the evaluated system can deliver the needed image quality in every patient size category. Quality variations are rather explained by adequacy of contrast administration and reduction of cardiac motion, and by image reconstruction issues (e.g. due to metallic objects in the imaging planes). This leads to the surprising conclusion that the 3DRA technology evaluated yields high-quality images in obese patients with a lower ED than in normal-weight patients. Or conversely, slender patients accumulate an unnecessarily high radiation dose compared with obese patients for a similar image quality. This means that modification to the current exposure modulation protocols can significantly reduce the ED of 3DRA in many patients while maintaining the high quality for clinical usefulness of imaging. The single-patient analysis showed that ED is strongly dependent on the degree to which radiation sensitive organs, i.e. organs with high weighting factors, are positioned in the field of radiation. The variation of their relative position due to the C-arm rotation explains the fluctuations in the frame-byframe radiation dose. It should be evaluated whether radiation dose can be lowered by acquiring fewer frames, lowering the dose in some frames, and/ or by adjusting the 200° rotational range to expose less breast tissue to the primary radiation beam (as breast tissue in women has a major impact on ED given its high weighting factor).

Although we observed a significant difference in average ED between the high (0.54 µGy/frame) and the low (0.36 and 0.24 µGy/frame) DPF settings, these differences were much less than suggested by their nominal values. This is explained by the fact that the imaging system is effectively unable to attain the preset output values during the entire rotation. The settings therefore do not really reflect true system behaviour. This should be adapted, so that clinicians can have an accurate estimate of the radiation dose they are imposing on their patients.

Study limitations and future perspectives

Effective doses, like we calculated, are as per definition genderand age-independent since weighting factors are only available as an average for both genders and are not age-dependent. 14 It is clear that in this case of thoracic exposure, female patients (especially younger, premenopausal) will incur a higher radiation dose than our estimates, due to increased presence of the more radiationsensitive glandular breast tissue. 21 Alternative methods, taking only cancer risks into account, have been proposed. 22,23 However, ED is the current standard index reflecting radiation detriment and was therefore used in this study.

The doses have been calculated using the mathematical hermaphrodite phantom models of Cristy and Eckerman to represent the patient, based on his length and weight. These models only approximate a real patient. By means of these standardized models, the centre of rotation could always be put exactly inside the heart during the simulation but in reality this is done manually by the operator. The effective radiation dose (ED) of three-dimensional rotational angiography (3DRA) is 5-8 mSv, leading to reticence on its use.We evaluated the potential of 3DRA with a reduced number of frames (RNF) and a reduced dose per frame. Three-dimensional rotational angiography is possible with a significant reduction in ED (to the level of prospectively gated cardiac computed X-ray tomography) without compromising image quality. Low-dose 3DRA could become the preferred online 3D imaging modality for pulmonary vein isolation and other anatomy-dependent ablations.

AIMS METHODS AND RESULTS

CONCLUSION

ABSTRACT

INTRODUCTION

Comprehensive anatomical visualization is essential during ablation of many cardiac arrhythmias. This is especially true for pulmonary vein isolation (PVI), where the anatomically determined region surrounding the pulmonary vein (PV) is targeted for energy delivery, but also applies for other arrhythmia substrates. Anatomical reconstruction by electroanatomical mapping is often inaccurate. Therefore, merging with highly detailed three-dimensional (3D) patient-specific anatomical models is often sought. [1][2][3] Also overlay of classical fluoroscopic imaging with 3D models has been described as an approach to assist ablation: the fine details about the PV orifices and the ridge between left atrial (LA) appendix and the left PVs, allows for accurate planning and execution of the ablation lines. 4 Three-dimensional imaging of the cardiac chambers can be performed pre-interventionally by magnetic resonance imaging 5,6 or computed X-ray tomography (CT). 4,7 More recently, also 3D rotational angiography (3DRA) has been introduced, enabling 3D imaging during the intervention which offers advantages in terms of patient comfort, logistics, and accuracy of registration. 1,8,9 Nevertheless, its effective radiation dose (ED) is estimated between 5 and 8 mSv. 10 Although the ED is lower than with retrospectively gated CT (ED of 13.8 mSv) 11 and comparable with prospectively gated cardiac CT (ED around 4.5 mSv), 11 it is higher than prospectively gated, high-pitch cardiac CT (ED of 0.9 mSv). 12 Since this radiation dose has to be added to the radiation during the ablation itself, some consider this extra radiation dose undefendable. We wanted to exploreways to reduce the radiation dose of-3DRA while preserving its high anatomical detail during imaging the left or right atrium (LA; RA). We evaluated the impact (i) of a reduced number of frames (RNF) and (ii) of a reduced detector entrance dose per frame on image quality of 3DRA and calculated the respective patient EDs.

METHODS

Study population and design

Three-dimensional rotational angiography was performed in 60 patients (52.5±9.6 years, 16 females) referred for ablation of arrhythmias in the RA (n = 10) or LA (n = 50). Mean patient height, weight, and body mass index (BMI) were 177±9.8 cm, 82.6±14.6 kg, and 26.1±3.7 kg/m 2 , respectively. Patients comprised two groups: a simulation group (n = 20) and a prospective group (n = 40). In the simulation group, the effect of dropping an increasing number of frames from a standard 248 frames 3DRA LA acquisition was simulated: the resulting LA surface models were qualitatively and quantitatively compared with the original 3DRA, and ED was estimated for each simulated sequence. Reconstructed images were segmented using our in-house developed segmentation software (EPSegmenter), and ED was determined by Monte Carlo simulation as reported before by our group. 10,13 After the feasibility of the RNF 3DRA was proven in this cohort, a prospective study was initiated in which 3DRA were performed with a RNF. In the prospective group, RNF 3DRA protocols were acquired with acquisition parameters closely matching the simulated settings from the simulation study that seemed to preserve imaging quality with a much lower ED. More specifically, RNF 3DRA acquisition protocols with 67 and 45 frames were installed on the system and used for the acquisition of LA (n = 30) and RA (n = 10) 3DRA.

Three-dimensional rotational angiography and surface model generation

All 3DRA in this study were acquired on a floor-mounted Siemens Axiom Artis dBC biplane fluoroscopy system (Siemens) with a large-area 30 × 40 cm flat-panel Si-detector using CsI as the scintillator material. Three-dimensional image reconstruction was performed using Siemens Syngo ® DynaCT Cardiac software on a Leonardo workstation. Fluoroscopic images were sequentially acquired over the course of a 200° rotation of the X-ray tube around the patient, taking 4.13 s to complete. Tube rotation starts at 10° above the horizontal plane and rotates around the backside of the patient to end at 10° above the horizontal plane on the other side of the patient. There is no oblique inclination of the rotation plane with respect to the longitudinal patient axis. The chamber of interest (LA or RA) was positioned in the centre of rotation using two orthogonal single fluoroscopy angles for guidance. Manual collimation of the tube radiation field was performed before starting the imaging run, optimized to eliminate unnecessary radiation of areas cranially and caudally to the LA or RA. The standard 3DRA imaging protocol with this system is performed at a default dose setting of 0.54 µGy/frame and with acquisition of 248 frames, acquired at 60 frames/s. During earlier work, we had already noted that in patients with lower BMI, lower dose settings per frame seemed feasible. 10,13 Therefore, in the simulation group, a 248 projections (60 frames/s) 3DRA of the LA with target detector entrance doses of 0.24 (n = 15), 0.36 (n = 1), or 0.54 µGy/frame (n = 4) was obtained. For the simulation part of this study, a computer-generated drop of the number of frames was performed offline. Datasets with 124, 82, 62, 50, 42, and 31 frames were reconstructed, segmented, and evaluated in each patient (Figure 1). In the prospective group, RNF 3DRA was directly acquired at 0.24 µGy/frame with 67 frames (16 frames/s) for the LA in 30 patients, and at 0.12 µGy/frame with 45 frames (10 frames/s) for the RA in another 10 patients. Contrast was administered directly into the chamber of interest during joint rapid atrial and ventricular pacing at 250 ms. Iomeron 350 contrast (Bracco) was diluted up to 50% using normal saline. Ninety millilitres of diluted contrast was injected at a rate of 20 mL/s, starting 4 s before the actual start of the C-arm rotation.

Image quality evaluation and radiation dose calculation

Qualitative evaluation was performed by grading of the individual reconstructed surfaces following the scheme from Table 1, which has been used before by our group and others to compare LA image quality. 4,9,10,14 The evaluation criteria comprise overall image quality, noise, artefacts, and visualization of specific anatomical structures like the PVs, the PV ostia, anterior ridge, and the LA body (for LA images) and the oval fossa, orifice of both caval veins, Eustachian ridge, and coronary sinus ostium (for RA images). All images were evaluated by two independent readers, blinded to the acquisition protocol/simulation. Their agreement was 81% with a mismatch that was never >1. For nonagreement scores, both agreed on a score while simultaneously looking at the 3D models. Quantitative evaluation was performed by comparing the surface reconstructions from a RNF 3DRA to the surface reconstruction of the same patient based on the reference acquisition with 248 frames. Eight circumferential points around each PV ostium (8 × 4, simulating ablation of each vein individually) and another eight points around ipsilateral PV ostia (8 × 2, simulating 2 × 2 ipsilateral ablation circles) were annotated on the reference models (Figure 2). A quantitative error was determined by computing the average distances between the segmented surfaces from RNF 3DRA and the points marked on the reference model, either in an 8 × 4 circumferential shape around each PV ostium, or as 8 × 2 points marked around ipsilateral PV ostia. For each point, the distance to the RNF 3DRA surface model was computed. Radiation dose was measured using calibrated air-ionization chamber dose-area product (DAP) metres, incorporated in the tube housing. Both total DAP for every imaging run and DAP values for individual frames were recorded. The ED was simulated based on the frame-by-frame DAP measurements by Monte Carlo simulation with the PCXMC software (STUK), as previously described. 10,13 Total ED of a 3DRA run was computed by summation of the ED of all frames. For the simulation group, only the dose of the projection images that were used to obtain a simulated image was taken into account. Hence, this calculation assumes that the imaging system X-ray auto-exposure routine predicts nearly identical X-ray tube levels compared with the reference acquisition when the projection images are spaced with an increasing angular increment. In the prospective group and the reference acquisition, the ED of all frames was summated into a total ED. 

RESULTS

Simulation group

The quantitative assessment of the distance error for points around the PV ostia for each simulated RNF reconstruction vs. the reference LA reconstruction is shown in Figure 2. A histogram of the averaged result for all patients and all RNF reconstructions is presented in Figure 3. Analysis of variance showed no difference between the reconstructions (P = 0.28) although a small increase in reconstruction error with a smaller number of projection frames is per-ceived visually (Figure 3): the difference with the points on the reference model was 0.49±0.51,0.52±0.46, 0.61±0.49, 0.62±0.47, 0.71±0.48, and 0.81±0.47 mm in the 124, 83, 62, 50, 42, and 31 frames models, respectively (Pearson coefficient = 0.20). But even with the lowest numbers of frames (i.e. 31), the average distance error remained <1 mm, with 95% of differences ≤2.5 mm and 99% ≤4.7 mm, which is still within acceptable margins for ablation purposes. Also based on a qualitative evaluation of the reconstructed surfaces in the simulation group, none was considered non-diagnostic as shown in Figure 4, left panel. The majority of the RNF LA surfaces were scored as good or optimal, even when reconstruction was performed with only 31 frames vs. the standard of 248. The ED for the reference 3DRA and for the RNF 3DRA are shown in the left panel of Prospective group A RNF 3DRA with 67 frames at 0.24 µGy/frame was used for imaging the LA. This mode was chosen because estimated average distance error from the simulation experiment was below 0.65 mm with a predicted dose reduction of four-fold (cf. Figure 5), while still preserving a margin of safety for quality (since in case of a non-useful 3DRA, a second acquisition would be necessary resulting in a extra radiation dose). Imaging of the RA was performed with 45 frames at 0.12 µGy/frame because less detailed anatomy is generally needed than for the LA. Good or optimal 3D image quality could be achieved in 80% of the LA reconstructions (24/30) and all of the RA reconstructions (Figure 4, right panel), i.e. all the 3D reconstructions were considered perfectly useful for accurate anatomical ablation target guidance. Examples of good-quality images of LA and RA are shown in Figure 6. They compare well with 248 frame models with higher entrance dose rates that we published previously 9,13 and to the reference models from the simulation group (Figure 4, left panel, 248 frames). The 3DRA acquisitions for the LA and RA surface models were performed with an ED of 2.6 ± 0.4 mSv for the LA and 1.2 ± 0.5 mSv for the RA (Figure 5, right panel). 

DISCUSSION

To our knowledge, this is the first study reporting on low-dose-3DRA imaging, based on a reduction of the projection frames and a reduced dose per frame. Our data show that a major reduction of the ED can be obtained by this technique while maintaining an equivalent image quality that is clinically perfectly useful. The average surface errors from the majority of the simulated RNF 3DRA compared with the reference model, based on 248 frames, were ≤1 mm. Implementation of the RNF imaging in the prospective group confirmed that image quality could be preserved compared with conventional 248 frames 3DRA. Although not compared in a randomized fashion, 'optimal' quality was achieved in up to 36% using conventional 3DRA in prior series 9,13 and 40% in the simulation group of this study, vs. 33% using low-dose 3DRA. 'Good' image quality was achieved in 29 -67% with conventional vs. 47% with low-dose 3DRA. Whether 20% with only 'useful' imaging during RNF 3DRA could be improved by a higher number of frames can only be evaluated by performing both types of 3DRA in the same patient, which has ethical concerns due to the cumulative radiation dose for such study. Anyway, the image quality of conventional cardiac 3DRA has been shown to be comparable with that of cardiac CT 9 and implementation of RNF 3DRA seems to adequately preserve that image accuracy. The preserved anatomic accuracy could be achieved with a re duction of ED by a factor 4-5. The ED dose of a pre-procedural conventional prospectively gated cardiac CT is ± 4.5 mSv and is comparable with those of per-procedural conventional cardiac 3DRA, i.e. ± 6.9 mSv. 11,13,[15][16][17] These doses are substantially higher than the currently achieved doses with the RNF 3DRA, i.e. 2.6 ± 0.4 mSv for the LA and 1.2 ± 0.5 mSv for the RA. RNF 3DRA can also compete in terms of ED with prospectively gated high-pitch cardiac CT, which is only available on the most recent multislice CT scanners. 12,18,19 The fact that 3DRA is performed during the ablation procedure has additional advantages: no prior imaging means ea- sier planning and logistics, and per-procedural 3D imaging can improve registration due to differences in filling status, heart rhythm, intra-abdominal pressure, etc. Anatomic accuracy is of utmost importance for effective and safe ablation. Therefore, we believe rotational angiography has an edge on pre-procedural CT imaging. When comparing the ED in the prospective group with the post hoc simulation group, it should be noted that the predicted linear dose reduction is not completely reached. This can be explained by the nonlinear behaviour of the auto-exposure algorithm that determines optimal image radiation parameters for each projection image of the 3DRA scan based on the previously acquired image. With a lower number of frames, the algorithm detects a decrease in the overall X-ray tube load and decides to increase the frame dose to realize projection images of higher quality. In other terms, the loss in number of frames comes with an increase in the quality of the individual images, at the cost of increasing the ED slightly. This suggests that even further dose reduction may be possible by further lowering dose-per-frame settings or a further reduction in number of frames. The fact that we already achieved highly qualitative 3D images of the RA in this study with only 45 frames at 0.12 µGy/ frame underscores this potential. The low ED of RNF 3DRA imaging (much smaller than a coronary angiography), 20 but with the benefit of having a patient-specific 3D image may also lead to its use in 'simpler' ablation procedures (like for right atrial flutter, atrioventricular nodal reentrant tachycardia, ectopic atrial tachycardia, right ventricular outflow tract tachycardia, or accessory pathways), where 3D imaging is now deemed undefendable because of the associated radiation or of the cost of non-fluoroscopic imaging. Catheter ablation procedures, in which previously a 2D angiography, may have been performed (e.g. flutter RVOT or some accessory pathways) may also benefit from RNF 3DRA acquisition. Surface models can assist target planning and 3D mapping of potentials or activation times. One could hypothesize that in some of these cases, the added radiation dose of RNF 3DRA might be compensated by a shorter procedure with less fluoroscopy. This area can now be conceived as realistic for prospective clinical evaluation.

CONCLUSIONS AND CLINICAL IMPLICATIONS

Through a reduction in the number of acquired projection frames and a reduction in detector entrance dose, 3DRA can be realized with a significant reduction in ED without compromising image quality. The ED is reduced to the level of state-ofthe-art prospectively gated cardiac CT imaging protocols. Using such low-dose protocols is of benefit to all patients in whom a 3DRA is done, and should be recommended to improve longterm safety. Our analysis suggests that even further dose reductions may be possible. Moreover, 3DRA has other advantages; (i) the workflow is simpler (no need to send the patient to the radiology ward before, and transferring images to the electrophysiology (EP) system); (ii) registration of the 3D image is more accurate (since acquired under the same conditions as the EP study) and simpler (especially if the 3D image is integrated with the real-time fluoroscopy or with a non-fluoroscopic imaging system that is tied to the X-ray equipment like MediGuide); and (iii) the added cost is likely lower (since no other hardware than the already available X-ray system is needed and many modern interventional X-ray systems contain rotational capabilities standard or as an option). Therefore, RNF 3DRA could become the preferred online 3D imaging modality for PVI and other anatomy-dependent ablation procedures, even for procedures where 3D imaging is not performed today.

SAFETY AND EFFICACY OF APPLYING A LOW-DOSE RADIATION FLUOROSCOPY PROTOCOL IN DEVICE IMPLANTATIONS

Philipp Attanasio1 , Melika Mirdamadi 1 , Jean-Yves Wielandts3,4 , Burkert Pieske 1,2 , Florian Blaschke 1 , Leif-Hendrik Boldt 1 , Pierre Jaïs 3,4 , Wilhelm Haverkamp 1 , Martin Huemer 1 For cardiac implantable electronic device (CIED) implantations visualization of lead placement is necessary and fluoroscopy remains by far the most commonly used technique. With simple changes in the x-ray system settings total radiation dose can be reduced significantly. The purpose of this study was to assess the safety and efficacy of various CIED implantations performed after implementation of a new dose reduction protocol (DRP).

We conducted a retrospective chart review of 584 patients undergoing CIED implantation or revision in our hospital. Of these patients 280 (48%) underwent the implantation prior and 304 (52%) after the DRP introduction. The DRP included various changes for optimized image processing and exposure system settings to enable dose reduction, as well as a reduced frame rates (4 FPS for fluoroscopy and 7.5 FPS for cinematographic images).

Of the 584 patients 53 (9.1%) had a 1-chamber pacemaker, 232 (39.7%) a 2-chamber pacemaker, 133 (22.8%) a 1-chamber ICD, 35 (6.0%) a 2-chamber ICD, 82 (14.0%) a CRT (de novo) implantation and 49 (8.3%) an upgrade to a CRT device. DRP was associated with a 64% reduction of the dose area product (1372 ± 2659 vs. 3792 ± 5025 cGycm², p<0.001), while fluoroscopy duration (13 ± 15 vs. 13 ± 15 minutes) and procedural duration (93 ± 52 vs. 92 ± 52 minutes.) did not significantly increase. Complication rates did not differ significantly between the two groups.

The DRP proved to effectively reduce radiation dose for all types of CIED implantations. Fluoroscopy time, total procedure time and number of complications did not increase after introducing the DRP.

AIMS

METHODS

RESULTS

CONCLUSION

ABSTRACT

INTRODUCTION

For most cardiac implantable electronic device (CIED) implantations visual guidance of lead placement is necessary. Despite new developments of non-fluoroscopic options, 1 fluoroscopy remains by far the most commonly used technique. Cumulative radiation exposure can be detrimental to the patient and the staff with radiation hazards ranging from cataracts to malignancy. 2,3 The estimated additional lifetime cancer risk due to radiation exposure during a single cardiovascular procedure ranges from 1/1000 to 1/2000. 4 Awareness of these consequences is growing and various efforts are being made to reduce radiation exposure for all types of interventional cardiac procedures. 2 With simple changes in the x-ray system settings (lower frame rate, lower dose per frame), total radiation dose could be reduced significantly. On the other hand, decreasing radiation dose leads to lower quality images that potentially could prolong procedures and cause complications. The purpose of this study was to assess the safety and efficacy of using a new dose reduction protocol (DRP) for various types of CIED implantations.

METHODS

This study is based on a single-center retrospective chart review of 584 patients undergoing CIED implantation. It is approved by the institutional ethical committee. To maintain consistency regarding potential machine-related differences, reviewed procedures were all performed with the same x-ray system. Operators did not change after DRP implementation. The procedures were performed between 2011 and 2015. Patient demographics, including weight and height and relevant comorbidities as well as procedural and fluoroscopy time were ob-tained. Cumulative radiation dose was measured using dose-area product (DAP). Rates of success and complications for the different procedure types were recorded before and after the DRP.

Dose Reducing Protocol

Procedures were performed using a Siemens Axiom Artis dBC (Siemens, Erlangen, Germany) interventional x-ray system. Pre-DRP fluoroscopic and cineangiographic images were acquired at 15 and 7.5 frames per second (FPS) respectively. After the DRP was established, default settings were changed to a new protocol, which was used for all CIED implantations from then on. For this protocol fluoroscopic images were acquired at 4 FPS, and default fluoroscopy dose rate mode that was changed from normal to low. The "low dose" program, that was established in cooperation with the manufacturer, included optimized image processing and exposure system settings to enable dose reduction. Most importantly the introduction of copper filtration (0.1 to 0.2 mm thickness), the reduction of the peak kilovoltage from 125 to 102, lower detector dose (reduced from 170 nGy auf 120 nGy), shorter pulsewidth (6.4 to 5 ms) and the selection of a smaller focus. For all procedures before and after introducing the DRP, standard ALARA principles were applied. This included minimizing cine loop acquisition and using anterior-posterior view whenever possible as well as the use of collimation and minimal magnification. Dose area product (DAP) was used as parameter comparing both protocols as it strongly correlates with skin dose 5 and it is commonly used for objective comparisons between x-ray systems 6 , even though it should be considered an upper limit for accumulated patient radiation dose as the patient does not cover the entire field of view in certain tube angulations.

Statistical Analysis

For comparison of categorical variables among groups, χ 2 test was used. Independent sample t test (normally distributed data) or Mann-Whitney u test (skewed data) was used to compare continuous variables. All analyses were performed using SPSS software version 20.0 (SPSS Inc., Chicago, IL, USA). Data are presented as absolute numbers and percentages for categorical variables or mean ± standard deviation (SD) for continuous variables. A p value of < 0.05 was considered statistically significant.

RESULTS

Patient characteristics

Of the 584 patients included in the study, a total of 280 consecutive patients (48%) were treated before and 304 consecutive patients (52%) after implementation of the DRP. With regard to baseline characteristics, pre-DRP and post-DRP patients were not different in terms of age, gender and BMI. Table 1 shows the baseline characteristics of the included patients. The analyzed procedures included 53 (9.1%) 1-chamber pacemaker implantations, 232 (39.7%) 2-chamber pacemaker implantations, 133 (22.8%) 1-chamber ICD implantations, 35 (6.0%) 2-chamber ICD implantations, 82 (14.0%) CRT de novo implantations and 49 (8.3%) CRT upgrades. Procedures performed after implementation of the DRP showed an average reduction of the dose area product of 64% (1372 ± 2659 vs. 3792 ± 5025 cGycm², p<0.001), while total fluoroscopy duration (13 ± 15 vs. 13 ± 15 minutes) and total procedural duration (93 ± 52 vs. 92 ± 52 minutes.) was not prolonged (see Figure 1 and2). Procedural success rates were not significantly different (97.3% vs. 98.2 %, p= 0.175). In no single case x-ray settings had to be adjusted due to insufficient visualization. Procedures performed after implementation of the DRP were not associated with a higher complication rate. Complications were classified as major or minor, according to severity. Major complications include re-interventions within 6 weeks after implantation, local infections requiring re-intervention, Pocket hematomas with a hemoglobin drop of >3 g/dl or requiring re-intervention, transfusion or intensive care surveillance, implantation related systemic infection or endocarditis, pericardial effusion requiring drainage, pneumothorax requiring drainage, pocket revisions due to pain, dislocation, or generator-lead connection problems, and procedure-related death. Minor complications included hematomas not categorized as major but requiring additional outpatient visits, wound infections managed conservatively and pneumothoraces treated conservatively. Table 2 summarizes major and minor complications for the different procedures before and after implementation of the protocol. 

DISCUSSION

Fluoroscopy is still an essential tool for most CIED implantations. To avoid potentially fatal complications caused by radiation, patient dose must be as low as possible. As shielding is difficult to achieve during these procedures, reducing the patient dose is at the same time the most effective way to reduce direct and scattered exposure of the operator. Three major factors influence the dose delivered to the pa-tient: Tube settings of the X-ray equipment, patient weight 7 and fluoroscopy time. 8 Of those three factors, optimizing the X-ray settings represents the most modifiable parameter to achieve significant reductions of the patient and operator dose. Fluoroscopy system settings allow a reduction of radiation while preserving acceptable image quality. An important instantly modifiable parameter is the framerate, as all commercially available systems allow different framerate settings. There is a linear relationship between the framerate and the radiation dose so the lowest possible settings should be used. 2 Although, according to the results of the European Heart Rhythm Association Survey about the use of fluoroscopy in clinical electrophysiology and CIED implantations in Europe, only 16% of the participating centers used a frame rate of less than 6 frames per second (FPS). After the DRP implementation 4 FPS were used as a standard for all CIED implantations. No single case was recorded where FPS had to be upregulated due to insufficient visualization. Apart from the frame-rate reduction, a "low dose" protocol was established together with the manufacturer of the x-ray system, which included optimized image processing and exposure system settings to enable dose reduction. After the DRP was established a total dose reduction (measured as dose area product) of 64% was achieved. The results were similar for all device implantations ranging from single pacemakers to CRT-D devices. These results are in line with previous studies, showing similar effects with dose reduction protocols for coronary angiograms 9 or during EP ablation procedures. 10 The additional focus of our study was to prove that safety and efficacy of the procedures are not altered after the new protocol was introduced. The rate of successful implantations was not different between the pre-and post-DRP groups and x-ray settings had never to be adjusted due to insufficient image quality. Complication rates did not increase after implementation of the DRP and were in line with the rate of complications observed in large registries. 11,12 

CONCLUSION

The DRP was effective in reducing the mean DAP by 64% over the various types of CIED implantations. Radiation settings did not have to be modified during the procedure due to insufficient image quality and the rate of successful implantations and complications was not different after the DRP was established. This data should encourage the use of similar protocols when CIED implantations are performed.

LIMITATIONS

This study has several limitations. It is designed as a retrospective, single center study and the interventions were performed by a small number of (experienced) operators. Secondly establishing a dose reduction protocol will lead to more radiation awareness. This is certainly an additional positive effect of such an effort. In our study, although fluoroscopy time did not decrease after implementation of the protocol, improvements in collimation or angulation may be in part responsible for the observed effects. VT ablations could benefit from 4D (dynamic 3D) visualization of the left ventricle (LV) as roadmap for anatomy-guided procedures. Our aim was to develop an algorithm that combines information of several cardiac phases to improve signal-tonoise ratio in low-dose, noisy rotational angiography (3DRA) image datasets, enabling semi-automatic segmentation and generation of 4DRA LV surface models.

We developed a novel slow pacing protocol for low-dose 4DRA imaging and applied inter-phase registration (IPR) to improve contrast-to-noise ratio (CNR) such that 4D LV segmentation could be achieved using a single iso-intensity value (ISO). The method was applied to construct 4-phase dynamic LV models from 5 porcine experiments. Optimal choice of IPR and ISO parameters and resulting LV model accuracy was assessed by comparison with "ground truth" manual LV delineations using surface distance measures (root mean square distance (RMSD), Hausdorff distance (HD), fraction of surface distances ≤3mm (d3mm).

Using IPR with optimized parameters, CNR improved by 88% (p<0.0001) and increased segmentation accuracy was proven irrespective of ISO. Significant improvement was achieved in RMSD (mean at optimal ISO: -28.3 % (95 %CI -21.7--35.0,p<0.0001)), HD (-21.4% (95%CI -18.6--24.1,p<0.0001)) and d3mm (+7.8% (95%CI +4.6-+10.9,p<0.0001)). An average d3mm of 95.6±2.8% was reached at optimal ISO. Time to generate a 4D model was ±11.5 min with IPR vs. ±22 min without.

IPR significantly improves 4DRA image quality and facilitates semi-automatic segmentation, resulting in clinically useful accuracy despite low-dose image acquisition protocols, while shortening 4D model generation time. This opens the prospect of 4D imaging in clinical settings.

AIMS

METHODS

RESULTS

CONCLUSION

ABSTRACT

INTRODUCTION

Three Dimensional Rotational Angiography (3DRA) has become a widespread modality for 3D imaging of the heart, particularly for use during catheter ablation procedures. With 3DRA, high resolution X-ray projection images are acquired per-procedurally along a 200 degrees C-arm rotation around the patient and reconstructed into a 3D tomographic image. Associated radiation dose has been greatly reduced without compromising image quality and currently compares favorably to state of the art CT imaging. 1 A 3D model of the heart can be segmented from the 3DRA image and subsequently be used in an electro-anatomical mapping system or in overlay with live fluoroscopy during the procedure to offer online visual feedback of catheter positions supported by highly detailed 3D anatomy. 2,3 This approach, using static 3D models acquired after adenosine administration or during rapid ventricular pacing, proved highly functional for ablation of supraventricular arrhythmias and atrial fibrillation and is currently being used in many clinical settings. 4,5 In the case of ventricular ablation, however, positional mismatch with the static 3D model becomes important due to the ventricles' high degree of motion throughout the cardiac cycle. Recently, efforts towards development of dynamic, multi-phase 3DRA (i.e. 4DRA) have been made, in order to enable more accurate anatomical localization of catheters throughout the cardiac cycle while retaining high anatomical detail. The feasibility of acquiring and reconstructing one or more specific heart phases has been shown, but the challenge remains to find a compromise between quality and radiation dose. Often, retrospective ECG gating is used, requiring multiple acquisition rotations around the patient. 6,7 This leads to proportional increases in radiation dose with clinically unacceptable values. Alternatively, the reconstruction of a dynamic image can be done with a similar total number of acquired projection images as for static 3D imaging in order to keep radiation dose at a comparable level, but this implies that only a limited amount of projections is available for the reconstruction of each phase. 8 This leads to an important increase in noise and prominent undersampling effects, also accentuating other artifacts like streak artifacts from metal electrodes or iodine contrast in the heart cavities. 9 Hence, image quality suffers and manual delineation is necessary to segment the cardiac chambers, precluding clinical usability. In order to reduce these artifacts, and noise in general, we developed a filtering method using post-reconstruction interphase registration (IPR). Image registration is generally used for combining images from the same or different modalities that describe the same anatomy (intra-and inter-modal registration respectively). It is based on spatial warping of one image to be anatomically aligned with another image. In this particular case, we use intra-modal registration methods to increase signal-to-noise ratio (SNR) in one cardiac phase by application of motion correction on the other phases and subsequent averaging. By combining the original and the warped versions of the same cardiac phase, relevant anatomical information is amplified, while noise and artifacts are attenuated. Optimal registration is obtained by maximization of the mutual information of the original and warped images. 10 However, such image registration methods have many adjustable parameters that may have a strong impact on the efficacy of the method for a particular application. 11 Therefore, application-specific method optimization is crucial. In this paper we optimized and quantitatively evaluated a non-rigid IPR based filtering method for 4DRA images. This article focusses on the left ventricle (LV), as it is the cardiac chamber with the most prominent motion throughout the cardiac cycle, while accurate LV ablations often constitute life-saving procedures.

METHODS

Experimental Setup, Image Acquisition and Image Reconstruction.

To obtain a dynamic 3DRA sequence, accurate reconstructed 3D images of a sufficient number of cardiac phases are needed. To this end, we recently developed a single 200 degree C-arm rotation 4DRA image acquisition protocol using slow pacing at a fixed heart rate in congruence with the fixed image acquisition rate of the 3DRA system. 8 This way, every acquired projection image is prospectively accorded with a specific cardiac phase, avoiding unnecessary radiation exposure (Figure 1, left panel). This protocol was applied in 5 porcine experiments. The pigs (20-30 kg) were pre-anesthetized with ketamine hydrochloride (20 mg/kg) (Anesketin, Eurovet, Belgium), followed by continuous infusion of propofol (0.15 mg/kg/min) (Diprivan, AstraZeneca, UK), intubated and ventilated with a 1:1 mixture of air and oxygen. Between 90 and 150 cc of undiluted iodine contrast agent (Iomeron 300, Bracco, Italy) was administered through the femoral vein. 4DRA imaging was performed using an Artis System (Siemens Medical, Germany). During a 15 s C-arm rotation, 381 projections were acquired during right atrial pacing at 105 beats per minute, such that 15 distinct cardiac phases were imaged with 25 or 26 projections each. Similar detector entrance dose settings to static 3DRA imaging in clinical setting were used. Image reconstruction was done on a dedicated Siemens workstation, using an algorithm similar to the FDK algorithm. 12 Voxel size of reconstructed images was limited to 1x1x1mm for computational efficiency. This is largely sufficient as ventricular ablation lesions easily amount to a depth of ≥3mm and a width of ≥4 mm. 13,14,15 For this protocol to be eventually applicable for patient use, radiation dose restriction is paramount. Acquiring 15 phases in clinical setting would imply an unacceptably high estimated radiation dose of ≥10mSv, even with low dose image acquisition protocols. 1,16,17 We therefore performed this work on 4 phases only since they may suffice in covering most of the LV's mechanical variation. Taking into account that hardware limitations impose image acquisition to be performed at equal time intervals, the following 4 phases out of the recorded 15 phases were retrospectively selected: the phase closest to end diastole (DD), the phase closest to end systole (SS) and two interposed phases: one halfway ventricular contraction (DS) and one halfway ventricular expansion (SD) (Figure 1, right panel). Time intervals between the four selected phases were therefore 0.12-0.16 seconds. Reconstruction of all 15 phases was necessary for retrospective phase selection to be performed.

Ground Truth

Ground truth segmentations for the 4 selected heart phases were created by manual delineation of the contrast volume (i.e. the luminal border of endocardium and papillary muscles) within a region of interest (ROI) spanning LV from apex to basis, proximal of both LV inflow and LV outflow tract. This was done slice-by-slice after resampling the image volume along 1mm thick slices orthogonal to the LV long axis. (A) Direct semi-automatic segmentation of the reconstructed images (green) for the 4 selected cardiac phases separately: diastole (DD), systole (SS) and two interposed cardiac phases (SD and DS). (B) Interphase registration (IPR) based method to increase SNR: the reconstructed images of three phases (green) are warped by means of IPR (red) to fit the anchor phase (SD). Subsequent image averaging is performed to reduce noise and artifacts (blue) prior to segmentation. The segmentations of the 3 other phases can be obtained by applying the image warping transformation defined in the IPR step (propagation).

Interphase Registration

Segmentation of the LV can be done for all 4 phases separately as described below (Figure 2A). Instead, our proposed method applies a filtering method based on non-rigid interphase registration (IPR) prior to segmentation, aiming at reducing image noise and artifacts and improving segmentation quality (Figure 2B). The image of one phase (the anchor phase) is selected as reference and the images of the 3 other phases are warped to it through IPR. The 4 images are averaged and the LV model for the anchor phase is obtained by segmentation of the averaged image as described below. This model is then warped onto the other phases using the known IPR transformations, such that LV models for all phases are obtained.

Registration Procedure and Optimization. B-spline intensity-based non-rigid registration between the 4 phases was performed using Elastix, a publicly available toolbox enabling modification of various registration method parameters. 18 Preliminary experiments resulted in the selection of 6 parameters relevant to this application, namely control point spacing, histogram binning, pyramid schedule, number of iterations, resolutions and spatial samples. 18 Different settings for these parameters were combined into parameter sets (n=78). Application-specific parameter optimization was done by registration of each phase to each other phase (i.e. 12 phase-pairs per experiment) for each of the 5 experiments (i.e. 60 registrations per parameter set), using each parameter set (i.e. 78x60 registrations in total). Each registration from phase A to phase B was evaluated by warping the ground truth LV segmentation of phase A onto phase B using the computed transformation and comparing it with the ground truth LV segmentation of phase B. This comparison was performed using 5 different similarity measures:

1/ Spatial overlap of two volumes, quantified by the Dice Similarity Coefficient (DSC); 19,20 2/ Root mean square deviation (RMSD) of the closest point distances (CPD), i.e. the set of distances between all points on one surface to their closest point on the other surface; 3/ Maximal CPD, i.e. the Hausdorff distance (HD); 21 4-5/ Percentage of CPD values ≤3 mm (d3mm) and ≤4 mm (d4mm) respectively. These two measures can be considered as application-specific cut-offs for tolerable errors, as ventri-cular ablation lesion size easily reaches a depth of 3mm and a width of 4 mm, especially in the LV where irrigated catheters are commonly used. 13,14,15 To determine the most suitable set of registration parameters, principal component analysis was performed on the ensemble of the 5 similarity measures over all registration experiments. The first principal component, a linear combination of the 5 similarity measures, defines a new axis (composite score Q, theoretical range: -∞ to 100) along which the variance between different observations is, per definition, maximized. The reference phase that on average resulted in the highest Q values was selected as anchor phase for all experiments. The same criterion was used to select the optimal set of IPR parameters for each of the remaining 3 phases. Online supplement 

Image Quality

Objective indices of image quality were obtained by calculating signal-to-noise-ratio (SNR) and contrast-to-noise-ratio (CNR) in the 3D images. Signal intensity (SI) was defined as the mean voxel intensity value (VIV) inside of 3 large ROIs for the LV cavity (at basal, mid and apical level) and of 6 ROIs for the LV wall (baso-, mid-, apico-septum and baso-, mid-, apico-lateral region). Identical ROIs were used in the corresponding images before and after IPR-based filtering. The VIV was expressed in gray value (GV) on a 14 bit scale proper to the Siemens reconstruction workstation. Image noise was derived from averaged standard deviations of the VIV in the same ROIs. SNR was defined as cavity SI divided by image noise and CNR as the difference between cavity SI and wall SI, divided by image noise.

Segmentation

Segmentation was performed with an in-house developed semi-automated segmentation (SAS) tool (EPSegmenter) based on VIV as previously reported in De Buck et al. 1 , i.e. the tool we use clinically for creating static 3D models from 3DRA images. Different LV models were obtained for each reconstructed image by selecting different VIV thresholds (isosurface value, ISO) within a pre-specified range, followed by manual trimming of the segmented 3D surface for further improvement of the LV model where necessary. A suitable ISO range was defined for each experiment separately such that all resulting models were deemed clinically usable as judged visually by a clinical cardiologist. To facilitate the analysis of segmentation accuracy between different experiments, the ISO values for each experiment are expressed as offsets �ISO relative to the optimal ISO value without the use of IPR, i.e. �ISO=0 corresponds to the ISO value for which SAS of the original phase images resulted on average in the highest composite score Q.

Timing

All IPR and SAS operations were performed on a desktop PC (Dual Intel Xeon 6-core 2.30Ghz 64-bit processors, 32Gb RAM, Dell, Texas, USA) and timed. The time required for image acquisition and reconstruction was also recorded. The time needed for routine overhead actions like placement and adjustment of the C-arm and operating table was disregarded, as was the time needed to find optimal ISO values for SAS (about 1-2min each).

Statistical Analysis

All data was analyzed using SPSS (IBM, USA). Descriptive data for continuous variables are presented as mean±sd. Normality was checked by the Shapiro-Wilk test. Results for relative differences were opposed to the zero mean hypothesis using a single-sample t-test. The level of significance was set at 0.05. In addition, two-way repeated-measures factorial ANO-VA was used for comparison between IPR and non-IPR SAS accuracy measures.

RESULTS

Selection of optimal IPR anchor phase and registration parameters

The optimal anchor phase and the optimal set of IPR parameters for all other phases were determined by assessing the similarity between the ground truth LV delineations after warping, using the composite score Q. Both interposed phases SD and DS resulted in the highest Q values. However, SD was selected as best anchor phase as the optimal set of IPR parameters was the same for all 3 other phases in case of SD, but not for DS. The LV models of the 4 phases as obtained without and with the use of IPR are shown for one experiment in Figure 3 and in the online supplement video. The IPR 4D sequence is built from only one segmented phase, the anchor phase (SD). The remaining three phases were obtained by applying the image warping transformation defined in the IPR step on the segmented SD phase, as indicated by the red arrows. The four phases in the non-IPR sequence were all segmented directly from the reconstructed images, without prior application of IPR. The significant difference in image quality can be observed. Anatomical structures that can be seen in this view of the posterior wall of the left ventricle are the apex (1), the LV inflow tract (2), the LV outflow tract (3) and the posterior papillary muscle (4). The accompanying video showing the resulting 4DRA sequences can be downloaded from the online supplement. 

Segmentation Accuracy

The accuracy of the LV models in all 4 phases as obtained by SAS without and with the use of IPR over the selected ISO range for each experiment was evaluated by comparison with the manual ground truth delineations. The use of IPR with optimized parameters resulted in average d3mm and d4mm values of 95.6±2.8% and 97.1±2.0% respectively with a mean segmentation error over the whole surface (RMSD) of 1.5±0.3mm at �ISO=0. A clear improvement in segmentation accuracy using IPR is demonstrated by a significant increase in d3mm and Q and a significant decrease in RMSD and maximal error (HD), irrespective of the selected ISO value. Mean fractional improvement in quality between IPR and non-IPR models at �ISO=0 was +7.8% (95% CI 4.6-10.9,p<0.0001), -28.3% (95% CI -21.7--35.0,p<0.0001) and -21.4% (95% CI -18.6--24.1,p<0.0001) for d3mm, RMSD and HD respectively, while fractional increase in Q was +7.6% (95% CI 4.7-10.5,p<0.0001). Timing.

The average time required for the different steps in our workflow using our current implementation is depicted in The time required for SAS of a single image without use of IPR doubled at non-optimal ISO values, due to the progressive deterioration of segmentation quality at �ISO≠0 and hence a larger need for manual trimming. This ISO-dependent deterioration due to noise and artifacts is much less important after IPR as shown in Figure 4. Here, SAS time increases by max. 50% and only at the extremes of the ISO range. SAS of a static 3D model in clinical setting only takes up to 3 min, attributable to less prominent noise because of the higher amount of images (≥67) used.

DISCUSSION

Image Quality Implications.

Applying IPR to pre-process the very noisy reconstructed phase images before semi-automatic segmentation leads to a better differentiation between high and low intensity voxels, thus defining the contrast-filled LV cavity more clearly against the surrounding non-contrast enhanced myocardium. This is quantitatively expressed by SNR and CNR being almost doubled. This way, more accurate models can be obtained, with a distance to the ground truth delineations of less than 3 mm for more than 95% of the model surface and less than 4 mm for more than 97%, while also mean and maximum error decrease significantly (-28% and -21% on average respectively). Such errors would certainly fall within the tolerability window for clinical ablation procedures. In addition, using IPR results in a broader range of ISO values yielding high d3mm-and Q-values than when IPR is not applied prior to SAS. Hence, more robust SAS conditions are created and the operator-dependence on selecting a suitable ISO value for SAS is reduced.

The remaining fraction of inter-surface distances that are ≥ 3 mm is attributable to residual noise, in particular due to metal streak artifacts not being filtered sufficiently. However, recent advances in iterative reconstruction methods show the possibility of further metal artifact correction, 22,23 while motion compensation incorporated at the reconstruction stage also shows promising results. 24 Timing Implications Applying the IPR-based filtering method to the reconstructed 3D images also facilitates their semi-automated segmentation as shown by the reduced SAS time needed. Moreover, using IPR offers the advantage that only a single phase (the anchor phase) needs to be explicitly segmented, because of the spatial relationship that is established by warping all phases. This drastically reduces the time required to generate a 4D model sequence. This decrease in time would be even more important when more than 4 phases would be used to generate the 4D model. As our results show that a 4-phase 4D sequence with clinically useful accuracy can be conceived departing from ±25 images per phase, a reduced reconstruction time can also be expected.

As mentioned above, all 15 phases had to be reconstructed for phase selection purposes, using 381 images. However, future development with ECG-triggered acquisition for prospective phase selection would enable reconstruction involving a total of only ±100 images.

Clinical Applicability and Radiation Dose Implications. So far, 4DRA imaging could not be considered in clinical practice due to the complexity of the imaging protocol and the associated radiation dose. The presented method could however offer a solution for both limitations. On the one hand, slow pacing is done at a physiologically acceptable rate. Therefore, the risk of inducing unwanted arrhythmias like ventricular fibrillation is much lower compared to the rapid ventricular pacing approach in static 3D imaging. 4 The use of IPR increases image CNR and speeds up 4D surface segmentation by reducing operator-dependent SAS to only one segmentation, in more robust conditions.

On the other hand, total radiation dose could presumably be kept at clinically acceptable levels: As recently reported in De Buck et al, reducing the number of projection images for a 3D reconstruction of the left atrium to 67 does not compromise static 3D model accuracy significantly and involves an effective radiation dose of ±2.6mSv. 1 When applying a dynamic protocol similar to our 4DRA protocol with 4 phases and 100 projection images, the number of projection images per cardiac phase and, consequently, image quality would be further reduced. 8 However, this reduction can be compensated by exploiting the correspondence between subsequent cardiac phases, which is practically realized by the proposed IPR-based filtering method. Hence, 4-phase 4DRA imaging becomes realistic at the cost of increasing the radiation burden by no more than 50%.

Limitations:

• This pre-clinical study was performed in porcine experiments to prove the performance of the proposed methodology in terms of image quality gain prior to optimizing it for human use.

Effective radiation doses could therefore not be calculated. Moreover, computational efficiency of the used prototype methods needs improvement prior to per-procedural use.

• The proposed methodology requires a higher iodine contrast dose than static 3D imaging, 1,4 mainly due to a non-zero LV ejection fraction at slow pacing rates. Attention must be drawn to optimal timing of contrast agent injection to obtain sufficiently high and uniform contrast agent concentration during C-arm rotation, while minimizing the total amount of iodine contrast.

• Four cardiac phases might be insufficient to fully capture the LV motion, especially during rapid LV geometry changes. Moreover, including end-diastole and end-systole necessitates triggered acquisition, a technical feature that is not available on 3DRA systems to date.

• Ventricular pacing might be necessary in case of certain tachy-arrhythmias.

Interventional LV procedures integrating static 3D anatomy visualisation are subject to mismatch with dynamic catheter movements due to prominent LV motion. We aimed to evaluate the accuracy of a recently developed acquisition and post-processing protocol for low radiation dose LV multi-phase Rotational Angiography (4DRA) in patients.

4DRA image acquisition of the LV was performed as investigational acquisition in patients undergoing left sided ablation (11 men; BMI=24.7±2.5kg/m²). Iodine contrast was injected in the LA while pacing from the RA at a cycle length of 700ms. 4DRA acquisition and reconstruction was possible in all 11 studies. Reconstructed images were post-processed using streak artefact reduction algorithms and an inter-phase registration-based filtering method, increasing contrast-tonoise-ratio by a factor 8.2±2.1. This enabled semi-automatic segmentation, yielding LV models of 5 equidistant phases per cardiac cycle. For evaluation, off-line 4DRA-fluoroscopy registration was performed and the 4DRA LV contours of the different phases were compared to the contours of 5 corresponding phases of biplane LV angiography, acquired in identical circumstances. Of the distances between these contours, 95% were <4mm in both incidences. Effective radiation dose for 4DRA, calculated by patient-specific Monte-Carlo simulation, was 5.1±1.1mSv.

Creation of 4DRA LV models in man is feasible at near-physiological heart rate and with clinically acceptable radiation dose. They showed high accuracy with respect to LV angiography in RAO and LAO. The presented technology not only opens perspectives for full cardiac cycle dynamic anatomical guidance during interventional procedures, but also for 3DRA without need for very rapid pacing.

AIMS METHODS

AND RESULTS

CONCLUSION

ABSTRACT

INTRODUCTION

Integrating highly detailed visualisation of relevant anatomical structures during complex ablation procedures results in net clinical benefit: fusion of three dimensional models in electro-anatomical mapping (EAM) systems or fluoroscopy-based systems has been reported to be beneficial for safety, accuracy, total radiation exposure, procedural duration and/or clinical outcomes. [1][2][3][4][5][6][7][8] Recently, rotational angiography (3DRA) has been put into use to generate 3D tomographic reconstructions of contrast-filled cardiac cavities. To optimise accuracy, acquisition needs to be performed during virtual cardiac standstill, i.e. by using adenosine or fast ventricular pacing at rates ≥200/min, which may induce atrial and ventricular arrhythmias and cannot be performed in an awake patient. The 3DRA techniques match pre-procedural CT and MRI for accurate imaging of anatomical structures relevant to the ablation procedure. [9][10][11][12][13] Moreover, 3DRA compares favourably to even state-of-the art and prospectively ECG-gated CT in terms of iodine contrast administration and patient radiation dose. [13][14][15][16][17][18][19] Its integration with EAM systems is feasible and stand-alone registration of 3DRA generated models to fluoroscopy has also been shown to be an effective strategy. 13,[18][19][20][21] Also because of its logistical advantages and superiority for intermodal registration, it is becoming the modality of choice for intra-procedural 3D imaging. To date, the predominant part of clinical studies evaluated 3DRA in the setting of atrial fibrillation ablation. For that purpose, static 3D models of the left atrium (LA) and pulmonary veins seem to suffice due to limited relative movement of the structures of interest for ablation throughout the cardiac cycle. 22,23 However, when the region of interest is subject to more prominent cardiac motion, particularly in the case of left ventricular (LV) ventricular tachycardia (VT) ablations, feedback of real time relative catheter position, by means of fluoroscopy or catheter-tracking EAM systems, will inherently be of high cyclic inaccuracy when projected on a static 3D model. Initial studies have recently shown the feasibility of generating multi-phase 3D (i.e. 4D) rotational angiography models, although often at the cost of unacceptably high radiation dose. Moreover, validation of their accuracy for real-time heart motion in clinical context is still lacking. [24][25][26][27][28] In this study we aimed to assess feasibility, accuracy and validity of a novel low-radiation acquisition and post-processing protocol for generating highly detailed 4D models of the LV at a near-physiological heart rate.

METHODS

3DRA Acquisition

Multi-phase 3DRA was performed in 11 consecutive patients (11 men; aged 56±16 years) referred for left-sided ablation: PVI (n=7), post-ischaemic VT (n=1), LVOT (n=2) and left lateral accessory pathway (n=1), using a Siemens Axiom Artis System. The acquisition was performed as an investigational protocol for offline analysis, i.e. not for use during the procedure itself. This was required by the local ethics committee as it was the first study in man. Informed consent was obtained from all patients. Patients with iodine allergy or increased risk for contrast-induced nephropathy were excluded from this study (age>75 years, CrCl<60 ml/min, diabetes, anaemia and/or proteinuria). 29 Patient height, weight and BMI were 178±10 cm, 78±9 kg and 24.7±2.5 kg/m², respectively. Iodine contrast agent (low-osmolar, 37.2±2.2 g-I, 94.9±3.5 ml) was administered, during right atrial (RA) pacing at a cycle length of 700 ms, through a transseptal pigtail catheter in the LA while 100 projections were acquired in a single 14 sec 200° C-arm rotation around the patient during apnoea and using optimal radiation field collimation (73.5±7.8 % of detector height). The protocol imaged 5 equidistant cardiac phases with 20 projections each. Effective radiation dose was calculated in a patient-specific way by means of a Monte-Carlo simulation-based method, using the frame-specific relevant DICOM data (mAs, kVp and incidence of radiation) and the most recent ICRP definition. 30,31 Reconstruction, Segmentation and Image Integration In order to prevent streak artifacts originating from high density materials at reconstruction (e.g. catheter tips, oesophageal probes, external metal on the body surface, etc.), a projection completion method was applied. 32 In brief, this algorithm uses an initial 3D image reconstruction based on all 100 projections (i.e. irrespective of cardiac phase), from which all high density materials are segmented by means of gray value thresholding. These segmented regions are then projected using the system geometry to find their corresponding areas in the original projection data, which are replaced by a linear interpolation of surrounding densities. The updated projections were subsequently used to reconstruct each of the 5 phases separately (i.e. using 20 projections), effectively replacing high-density structures by a local interpolation of surrounding densities. All reconstructions were performed on an off-line dedicated Siemens 3D workstation with a 0.925 mm voxel resolution. The reconstructed 3D images were post-processed for noise and residual artefact reduction using an inter-phase registration-based (IPR) filtering method, adapted from Wielandts et al., 24 to increase contrast-to-noise-ratio (CNR) and enable semi-automatic LV cavity segmentation. This method implicitly defines a mathematical relation between the voxels in the 3D images of all 5 phases so that segmentation of a single phase is sufficient to generate the segmentations of the 4 remaining phases. Semi-automatic segmentation of the phase closest to mid-diastole was performed using an in-house developed tool (EPSegmenter, previously reported in De Buck et al. 15 ). 24 In all patients, LV angiography sequences were acquired at 15 frames per second, using the Axiom Artis biplane fluoroscopy system (37.7±7.5° RAO, 52.7±7.2° LAO), during identical pacing conditions and by administering iodine contrast agent (low-osmolar, 21±0 g-I, 60±0 ml) through the transseptal pigtail catheter in the LA. Retrospectively, 5 angiogram frames were selected based on DICOM ECG information to match the 5 acquired 3DRA phases. Image integration of the 5-phase 4D model with the fluoroscopy system was achieved in RAO and LAO by means of landmark-based registration using an in-house developed software for electro-anatomical mapping (LARCA, as described in Ector et al. 1 ). All 5 acquired phases were used to define the optimal 4D-fluoroscopy registration parameters.

Quality Assessment

Comparing the originally reconstructed images and the post-processed images was done using CNR as objective index of image quality. CNR was defined as the difference between cavity signal intensity and wall signal intensity, divided by image noise. Signal intensity was defined as the mean gray value inside 3 large regions of interest (ROI) for the LV cavity (at basal, mid and apical level) and 7 ROIs for the LV wall (apical, baso-and mid-septal, baso-and mid-lateral, anterior and posterior region). Identical ROIs were used in the corresponding images before and after image post-processing. Image noise was derived from averaged standard deviations of the gray values in the same ROIs. Similarly, CNR was calculated on static 3DRA reconstructions made for guidance of VT ablations in a comparable retrospectively selected population (11 men, aged 53 ± 14 years, BMI 25.8 ± 5.3 kg/ m²), using a clinical acquisition protocol as described in De Buck et al. 15 In a single 4 sec 200° C-arm rotation around the patient, 67 projection images are acquired during apnoea and joint rapid A-V pacing at a cycle length of 250 ms, after iodine contrast agent (low-osmolar, 15.8 ± 0 g-I) administration in the left ventricle. In order to assess 4D model accuracy, the 5 phase models were projected in RAO and LAO using the registration parameters defined in the image integration step and their contours were automatically extracted using a Sobel edge detection filter. The LV cavity was manually delineated in the corresponding angiography frames and similarity to the 4D model projections was evaluated using the closest point distance and the Dice coefficient as measure of spatial overlap. 33 

Statistical Analysis

All data was analyzed using IBM SPSS. Descriptive data for continuous variables are presented as mean±sd. Normality was checked by the Shapiro-Wilk test. Normally distributed data were compared with normal-model based analysis of variance. The level of significance was set at 0.05.

RESULTS

Image Quality

Figure 1 illustrates image quality improvement after streak artefact reduction and inter-phase registration-based filtering for a mid-systolic phase in one patient. The quantitative data for the reconstructed images before and after post-processing are shown for all 5 phases and all experiments in Table 1. While signal intensity in both LV cavity and LV wall remained approximately unchanged, an 86.3% decrease in noise was noted, increasing contrast-to-noise ratio (CNR) to 5.7±1.9. Corresponding quantitative data for the clinical static 3DRA reconstructions, which can be segmented accurately without additional post-processing, are reported in Table 1. 15 Their CNR was 3.8±1.0, due to a three times higher cavity-wall contrast and 44.3% less noise than unprocessed 4DRA reconstructions.

4D Model Accuracy

Examples of segmentations of a diastolic (blue) and systolic (green) phase in the same patient are shown in Figure 2 and the respective overlays with their corresponding angiography frames in RAO and LAO in Figure 3. This is also shown in a video that can be downloaded from the online supplement. Similarity evaluation between the projected contours of the 4D models and the delineation of the corresponding angiography frames yielded the results as summarised in Table 2. There was no significant difference in similarity measures with respect to viewing angle or stage in the cardiac cycle, except for the Dice overlap measure, which was significantly higher in LAO than in RAO. 

Radiation Dose

Monte-Carlo simulations yielded an average approximate effective radiation dose for 4DRA of 5.1±1.1 mSv. This corresponded to a peri-procedurally available DAP-value of 24.3±4.9 Gycm². The relation between system-reported DAP, available during the procedure, and calculated effective dose (ED) is shown in 3) is present. The marks on the ECG strip correspond to the timing of the acquired 3DRA projections, the blue and green marks to the timing of the diastolic respectively systolic phase. An accurate overlay can be seen with LV inflow (4a), LVOT/Aortic Sinus (4b) and papillary structures (4c). Slight mismatch can be observed at locations with substantial LV wall trabeculation and is inherent to segmentation by thresholding (4d).

Timing Implications

A detailed description of the ±13 min time needed to generate a 5-phase 4DRA segmentation is shown in Figure 5 and put in contrast to the ±4 min needed for a single-phase 3DRA segmentation, as described in Wielandts et al. 24 Following the acquisition, an initial reconstruction based on all 100 acquired projection images is performed in ±1 min, before application of the streak artifact reduction method, requiring ±3.5 min. The separate reconstruction of the 5 phases based on the updated projection images and the application of the IPR-based filtering method each take ±2 min. The segmentation step requires ±3.5 min. 

DISCUSSION

Three dimensional rotational angiographic image integration, for combining highly detailed anatomical information with dynamic catheter tracking, has shown its added value in complex ablation procedures. Its clinical use has however been limited to static 3D imaging of the chamber of interest, which entails important cyclic mismatch for locations subject to prominent cardiac motion, like the ventricles. The acquisition and post-processing protocols evaluated in this study show the ability to create highly accurate 4DRA LV models in man at near-physiological heart rate and with low radiation dose. Currently, dynamic 3D sur-face anatomy reconstruction is not available in commercial electro-anatomical mapping systems with or without intracardiac echography integration, while 4D trans-thoracic and trans-esophageal echography have considerable practical limitations for LV imaging during ablation procedures. Feasibility of 4D intracardiac echography has recently been shown in initial prototype studies, but clinical use remains impeded by technical difficulties related to catheter mechanics and image quality. [34][35][36] High radiation dose has so far been the main restriction for applying dynamic radiographic imaging since the available protocols required the acquisition of a large amount of projection data to allow reconstruction and segmentation. In contrast, the presented method limits radiation exposure by using sparse projection data to reconstruct each phase, which results in more prominent image noise and artefacts. These are circumvented by streak artefact reduction methods and by integrating image information from all phases using an interphase registration approach. 24 Notwithstanding a three times lower cavity-to-wall contrast than in typical static 3DRA images, the resulting noise reduction, amounting to 86.3%, and increase of the contrast-tonoise ratio, by a factor 8.2, enables quick semi-automatic segmentation. This way, 100 projections suffice to obtain segmentations of 5 distinct cardiac phases, at an acceptable estimated effective dose of 5.1 mSv compared to static (i.e. single phase) 3D imaging using 3DRA (2.6 mSv) or state-of-the-art prospective gated CT (1.9 mSv) and at a very acceptable estimated effective dose compared to retrospective gated CT, which enables multi-phase reconstruction (23.2 mSv). [14][15][16]37 Importantly, our approach uses near-physiological atrial pacing at a rate of 85 bpm, which provides a controlled rate above the intrinsic rate that allows perfect synchronisation of C-arm imaging with the cardiac cycle. Unlike static 3D imaging using rapid ventricular pacing (at rates above 220 bpm) or administration of high doses of adenosine, 10,18 this approach does not necessitate sedation or general anaesthesia, avoids the risk of indu-cing ventricular fibrillation, and respects the natural dynamics of ventricular contraction. Finally, an acceptable iodine contrast load was used despite the fact that, unlike in static 3D imaging, the blood-contrast pool is not constrained to the chamber of interest due to preserved cardiac contraction and continuous contrast infusion is required to maintain opacification. The amount of iodine contrast still enables application in patients with reduced kidney function, even when applying a strict cut-off (i.e. CrCl<60 ml/min and/ or proteinuria) in the prevention of contrast-induced nephropathy. 29 In this study, the amount of contrast was independent of patient weight, but we postulate that this can likely be reduced in slender patients. Our validation data show that when the 4D LV model is compared with angiographic controls in conventional RAO and LAO fluoroscopy, high anatomical accuracy is obtained independent of viewing angle and stage in the cardiac cycle. The trend towards better similarity in LAO compared to RAO is explained by the more limited variation in LV cavity cross section throughout the cardiac cycle in LAO view. Around 95% of distances between the 4D and angiographic contours were inferior to 4 mm in both incidences. We considered 4 mm a valid application-specific cutoff value for tolerable errors, since ventricular ablation lesions, which are usually deployed with irrigated catheters, easily reach a width of 4 mm. 38 The presented technology not only opens perspectives for full cardiac cycle dynamic anatomical guidance during interventional procedures. It also allows multi-phase 3DRA in awake patients, without need for virtual cardiac standstill and thus imaging of physiologic contractile states, for use in current EAM systems or fluoroscopy-based approaches. This study has some limitations. Since this was an off-line evaluation, clinical prospective evaluation should include impact on ablation outcome and process indicators, like total procedural radiation dose and duration, to define where the use of the presented protocol might prove beneficial. Due to very strict a-priori exclusion criteria, only male patients could be included in this study. Although there are no technical limitations to apply the method to female subjects, they tend to have higher effective radiation doses due to a higher relative radiation risk. For radiographic examinations of the thoracic region, this relative risk increase can be estimated at 1.33 in adult women compared to adult men. 14,39 We used atrial pacing only, to preserve normal AV conduction and ventricular contraction. It needs to be evaluated to what extent ventricular pacing in patients in whom atrial pacing cannot be used results in clinically useful 4D images of the LV. A priori selection of specific cardiac phases is not yet possible due to technical constraints in current rotational imaging systems. The results of this feasibility study may spur adaptation of existing systems in the future. More efficient method implementation into the reconstruction workstation will reduce post-processing complexity and duration. Iterative reconstruction methods could further reduce noise and streak artifacts, but their implementation requires intermediary image data which is not available from commercial acquisition systems and hence the impact of such additional technology could not be evaluated in this study. 27,28,40,41 

CONCLUSIONS

We have shown that creation of 4DRA LV models in man is feasible at near-physiological heart rate and with clinically acceptable radiation dose and iodine contrast administration. In this exploratory study, the models accurately reflect the dynamic deformation of the LV throughout the cardiac cycle as validated with respect to LV angiographic images in RAO and LAO. The presented technology not only opens perspectives for full cardiac cycle dynamic anatomical guidance during interventional procedures using dynamic catheter tracking, but also for 3DRA in fully awake patients, without the need for virtual cardiac standstill, thereby avoiding the risk of inducing unwanted ventricular arrhythmias. 

MDCT IN STUCTURAL & FUNCTIONAL ASSESSMENT OF THE LEFT ATRIUM:

APPLICATION IN PATIENTS WITH ATRIAL FIBRILLATION

-Automated quantification of 3D left atrial motion from MDCT images: Comparison in patients with persistent and paroxysmal atrial fibrillation 2 -Automated measurement of left atrial appendage orifice dimensions using MDCT images: variability in patients with atrial fibrillation 3 -Automated mapping of hypoattenuation within the left atrial wall using multi-detector computed tomography: Clinical and electrophysiological correlates in atrial fibrillation

chapter V

Atrial structural remodelling relates to AF burden. However, the characterisation of structural remodelling remains challenging. We sought to evaluate the impact of remodelling on LA regional contractility and compliance using a novel automated 3D+t MDCT method.

In 29 unablated AF patients (17 paroxysmal -PAF, 12 persistent -PsAF), 3D LA wall motion was assessed from high-resolution MDCT data acquired in SR. We designed a novel non-rigid registration-based method to calculate a high-spatial density motion field over 40 phases. This allowed LA contraction and expansion to be assessed both globally (active emptying fraction (AEF) and atrial expansion index (AEI)) and regionally (displacement amplitudes over 5 segments). Global function assessment was also performed using cine CMR.

Both groups did not differ in age, CHA 2 DS 2 -VASc, gender or LA volumes. The method showed high robustness and good correlation with CMR measurements with respect to LA volumes and global function. In PsAF patients, regional contraction was most importantly reduced in the anterior and lateral regions. As compared to paroxysmal AF patients, regional contraction was significantly lower in 4 out of 5 segments (p<.0001). The decrease in expansion was less pronounced, but also significantly different in 4 out of 5 segments (p<.0001).

Regional contractile function and compliance can be automatically quantified and mapped in high detail using MDCT. The method demonstrates large discrepancies between paroxysmal and persistent AF patients, as well as within atrial regions. Globally, AF burden has a more pronounced impact on LA contraction than expansion.

AIMS

METHODS

RESULTS

CONCLUSION

ABSTRACT

INTRODUCTION

Assessing LA structural remodeling, a key factor in the transition from paroxysmal (PAF) to persistent atrial fibrillation (PsAF), remains challenging. It is not only associated with AF development and progression, but also a marker for success of treatment and adverse cardiovascular outcomes in patients with AF. However, volumetrically defined, global atrial function remains the only truly established morphologic parameter reflecting structural remodeling. [1][2][3][4][5] The assessment of regional function is being explored since recently with the introduction of feature tracking measurements in echocardiography and CMR. [6][7][8][9][10][11] However, its use has still not become routine practice, partly because of lack of standardisation and validation and because of the complexity of most of these techniques but also because very little has been reported on direct clinical impact on outcome or procedural parameters in catheter ablation for AF in particular. 12,13 MDCT has become a standard pre-ablation modality for different reasons. It is considered to be the gold standard for patient-specific anatomical assessment and enables to detect pulmonary vein abnormalities, relation of the LA to external structures like the esophagus, phrenic nerve or coronary circulation. Many centers therefore import MDCT segmentations into their electro-anatomical mapping systems in order to guide AF ablation. Moreover, it is considered the prime non-invasive alternative to TOE to exclude LAA thrombus, known to be an absolute contraindication to catheter ablation. Finally, due to technical advances, the radiation dose incurred by the patient has been cut back to reasonable values in contrast to its added value for procedures. 14 We sought to expand its use by developing an automated method able to extract global and regional functional information from the acquired MDCT image data prior to ablation and aimed at differentiating between the mechanical behaviour of the LA in PAF and PsAF patients.

METHODS

Patient Selection.

Consecutive patients were prospectively enrolled to undergo MDCT and CMR imaging within three days prior to primo-ablation for paroxysmal or persistent atrial fibrillation (PAF or PsAF). All patients were in sinus rhythm (SR) for more than one month at the time of imaging (both for MDCT and CMR). Patients suffering from structural heart disease (i.e. congenital heart defects, HOCM, moderate-to-severe valvulopathies or having an occluded left atrial appendage (LAA)) were excluded from this study, as well as patients suffering from iodine contrast allergy and increased risk for contrast-induced nephropathy (CrCl<60 ml/min, diabetes, anaemia and/or proteinuria).

Image Acquisition, Reconstruction and Segmentation. Contrast-enhanced ECG-gated cardiac MDCT was performed on a 64-slice CT scanner (Somatom Definition Dual Source ® , Siemens Medical Solutions, Erlangen, Germany). Retrospective gated acquisition with tube modulation was programmed at tele-diastole. Images were acquired using a biphasic injection protocol: 1ml/kg of Iomeprol 350 mg/ml (Bracco, Milan, Italy) at 5ml/s followed by a flushing saline bolus of 1ml/kg at 5 ml/s. Image reconstruction was performed in 5% increments from 5% to 100% of the R-R interval, with 0.75-mm slice thickness, using a B26f soft-tissue convolution kernel. This way, 20 equidistant cardiac phases were reconstructed. Image segmentation of the left atrium (LA) was performed semi-automatically, on the tele-diastolic image only, using dedicated image processing software (MUSIC, LIRYC institute -Bordeaux University / Inria -Sophia Antipolis, France). The LAA was included, the pulmonary veins excluded at the ostial level. The result was exported as a high-density 3D polygon mesh. CMR imaging was performed on a 1.5T system (Avanto, Siemens Medical Solutions, Erlangen, Germany). Cine imaging was per-formed using a steady state free precession sequence. The LV was explored using a stack of contiguous 6 mm-thick short axis slices covering the whole ventricle at the temporal resolution of 25 ms. The LA was explored using a stack of contiguous 4 mmthick transaxial slices covering the whole atrium at the temporal resolution of 15 ms. Left ventricular and left atrial volumes were quantified from cine images by applying the Simpson method, segmentation being performed using Argus software (Siemens Medical Solutions, Erlangen, Germany).

Interphase Registration Method for MDCT Images

Due varying noise and artifact load, semi-automatic segmentation would require extensive manual interaction in the majority of the reconstructed MDCT phases and would have to be performed for each phase separately. Instead, the method we developed uses B-spline intensity-based non-rigid registration (adapted from Wielandts et al. 15 ) to warp the high-quality tele-diastolic phase image in order to be aligned to the 19 others. This way, a mathematical relationship (3D-transformation) between the voxels per pair of reconstructed images is implicitly defined and a single segmentation suffices to automatically obtain accurate segmentations of the remaining 19 phases (see Figure 1). A cyclic B-spline interpolation was finally performed to generate an equidistant 40-phase polygon mesh sequence covering the whole cardiac cycle of the LA. Functional Assessment using MDCT segmentations Per patient, the LA volume was calculated for all 40 phases of the generated polygon mesh sequence. For regional function assessment, two displacement intervals were observed: one corresponding to the active emptying phase (atrial systole) and another to the passive filling phase (atrial diastole), representing LA contraction and LA expansion, respectively. Hereto, three distinct phases were retained: the phases with the highest and lowest volumes (LA MAX and LA MIN , i.e. closest to resp. LAEDV and LAESV) and the phase immediately following P-wave onset (i.e. before atrial contraction, LA BAC ). For each vertex in the polygon mesh, displacement amplitude was noted between LA BAC and LA MIN (D AE ) and between LA MIN and LA MAX (D PF ). All calculations were performed using MeVisLab (MeVis Medical Solutions, Bremen, Germany).

For population analysis between the paroxysmal and persistent group, following method was developed: A single polygon mesh was selected per patient, where each vertex received its respective D AE and D PF as attributes. Each polygon mesh was subsequently registered to a high-density (12000 vertices) template mesh using an anisotropic affine registration method followed by projection of each native vertex to the closest template vertex. Population D AE and D PF were then calculated per patient group using the ParaView platform. 16 The template was divided in five different regions to analyse regional function in the septal, anterior, posterior, inferior LA and lateral parts of the LA wall in both patient groups. The LAA was excluded in this subdivision.

Measurement of agreement and reproducibility

LA MAX , LA BAC , LA MIN and the atrial emptying fraction (AEF) and atrial expansion index (AEI) were calculated using the MDCT data and compared to the CMR results to obtain a measurement of agreement between the two volumetric methods. Similarly, reproducibility of our method was assessed by comparison to repeated measurements based on a tele-diastolic MDCT segmentation performed by a different operator. Both comparisons were performed using a random group of 10 PAF and 10 PsAF patients.

Statistical Analysis

All data was analyzed using SPSS (IBM, USA). Descriptive data for continuous variables are presented as mean ± standard deviation (SD). Normality was checked by the Kolmogorov-Smirnov test. Measurement of agreement and reproducibility was performed using the single-measure intra-class correlation coefficient (ICC) and Bland-Altman analysis. Results between paroxysmal and persistent groups were compared using a two-sample Student's t-test. Results for regional function within both groups were compared using a one-way ANOVA. The level of significance was set at a two-sided p value of 0.05. 157 157

RESULTS

Table 1 shows population characteristics for the 29 (17 PAF + 12 PsAF) patients included in this study. The reported left ventricular volumes are based on the cine CMR measurements. Two patients refused the CMR study. Both groups did not differ significantly in terms of left ventricular function, age, mean CHA 2 DS 2 -VASc score, time since AF diagnosis and body surface area (BSA). They did, however, in BMI (p=0.02). MDCT effective dose did not differ significantly between PAF and PsAF patients. 17 

Global Functional Assessment

Table 2 summarizes LA volumes, LA stroke volume (LASV) and LA active SV (LAASV), AEF and AEI for both modalities. No significant difference was found between both groups of patients. However, a trend towards higher volumes and lower functional indices in the PsAF group was noted. This comparison included only patients that underwent both imaging studies (n=27). The volumetric evolution throughout the cardiac cycle is shown for all patients in The agreement between MDCT and CMR data for the measurement of LA volumes is illustrated in Table 3. As compared to CMR, all LA volumes were significantly overestimated on MDCT: LA MAX by 9.0 ml/m 2 , LA BAC by 10.9 ml/m 2 and LA MIN by 8.8 ml/m 2 (all p<0.0001). 

Regional Functional Assessment

Figure 4 shows the average displacement amplitude during active emptying (atrial systole) and passive filling phases (atrial diastole) for both patient groups. The results for each of the 5 regions of the subdivided LA are plotted in Figure 5. Relative diffe-rences between both patient groups for SEPT, ANT, POST, ILA and LAT regions for the active emptying phase were 9.6, 19.2, 10.2, -1.7 and 14.7% and for the passive filling phase 2.6, 3.5, 1.7, 3.8 and 2.0%, respectively. Inter-regional differences were significant within groups, for both the active emptying and passive filling phases (all p<0.0001). 

DISCUSSION

This study aimed to analyse differences in global and regional mechanical properties of the left atrial wall between patients suffering from PAF and PsAF. Thereto, we developed a method, based on non-rigid registration, able to automatically generate a LA surface segmentation sequence based on a single semi-automatic segmentation of the LA. Due to its spatial high-density and very acceptable temporary resolution, this method enables accurate global (i.e. volumetric) and regional motion analysis. Non-rigid registration is a general principle that has previously been reported to enable automated increase in image quality in 3D+t MDCT and rotational angiography imaging and has been used in animal models to predict local deformation. [18][19][20] To our knowledge, however, this is the first study to apply this principle for assessing influence of AF on regional function in patients. Considering inclusion criteria being quite strict, in particularly imposing SR prior to imaging and absence of structural heart disease, it is not surprising to see the left ventricular function to be similar in both the PAF and the PsAF group. An expected volume increase is noted compared to LA volumes in a healthy population of comparable age and between PAF and PsAF, even though not significant in our population, also most probably due to the inclusion criteria. 21,22 The volume curve shows a broader range of high SD around LA MAX for PsAF patients, implying a larger variation in LA MAX -timing with respect to LA BAC -timing. Therefore, a larger variation in LA diastolic and LA passive emptying dV/dt slopes is to be expected, in spite of comparable LV function to the PAF group. This can however not be analysed accurately due to insufficient time resolution. Robustness of our method concerning global LA function was shown by excellent reproducibility: ICC's > 0.95. The systematic overestimation of approximately 10 ml/m 2 between CMR and MDCT volumetric measurements, the very high inter-modality agreement for volume measurement and the evidently less good inter-modality agreement for AEF and AEI are coherent with previously reported values in AF patients. 22 This overestimation is intrinsically linked to the different segmentation approach (3D vs. 2D using Simpson's rule) and to the modalities' different spatial resolution, especially in the cranio-caudial direction. Regional active contraction, as depicted in the left panel of Figures 4 and 5, shows important discrepancies in contraction amplitude ranging between 10 and 20% for all regions except the ILA. This significant difference in regional LA motion between both groups is present even though their global functional parameters, LASV and AEF, are comparable. Relative differences are less important for regional expansion, as depicted in the right panel of Figures 4 and5. In all regions, amplitude of expansive motion was more important for the PsAF group and signi-ficant for all but the posterior wall. Amplitudes were different in all regions in all cases and were smallest in the septal region, as is to be expected. Radiation dose was found to be in the range of expected values in this type of protocol. The application did not require supplementary radiation to what is used in a standard pre-ablation MDCT protocol used to exclude presence of an LAA thrombus and to obtain necessary anatomical information for ablation guidance.

CONCLUSION

Left atrial regional active contraction and expansion can be automatically quantified and mapped in high detail using MDCT. The method demonstrates large discrepancies between paroxysmal and persistent AF patients, as well as within atrial regions. Globally, AF burden has a more pronounced impact on contraction than on expansion. Left atrial appendage (LAA) occlusion is an important alternative therapy for stroke prevention in AF patients unable to receive oral anticoagulants. Accurate sizing of the LAA is crucial to avoid procedure-or device-related complications and to minimize residual peri-device flow.

AUTOMATED

To develop an automated method, based on inter-phase registration of MDCT images and to accurately analyse the cyclic variation of LAA dimensions throughout the cardiac cycle.

35 AF patients (16 paroxysmal in SR -PAF SR , 12 persistent in SR -PsAF SR , 7 persistent in AF -PsAF AF ) underwent MDCT. 20 phases were reconstructed and a non-rigid registration based 3D motion field was calculated to obtain accurate segmentations of LA and LAA in 40 equidistant cardiac phases for volume calculation, using a single semi-automatic segmentation of LA and LAA. Similarly, the LAA orifice delineation was propagated using the 3D motion field to obtain its dimensions.

LVEF or LVEDV did not differ between the 3 groups. A trend towards greater LA and LAA volumes with increasing AF burden was noted, although not significant. LA fractional change did differ significantly between groups. Important variations in LAA orifice area (up to 40%) and circumference (up to 20%) for PAF SR and PsAF SR patients were seen throughout the cardiac cycle, as well as significant eccentricity index variations (up to 33% for PAF SR patients). All these variations remained within 5-10% for PsAF AF patients.

LAA orifice dimensions can be automatically quantified in high detail using MDCT. Sizing for occluding devices should be performed close to ventricular systole in patients presenting in SR.
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METHODS

RESULTS

CONCLUSION

PURPOSE

INTRODUCTION

Atrial Fibrillation (AF), the most common cardiac arrhythmia, shows an increasing prevalence with age and reaching up to 5% of the population older than 65 years of age and >8% older than 80 years of age. 1,2 AF patients have an increased risk for suffering thromboembolic events, in particular stroke, of approximately 5%/year. 3 To date, the main preventive therapy for stroke is oral anticoagulation (OAC), significantly reducing the risk of thromboembolism. However, because 90% of thrombi are formed in the left atrial appendage (LAA), catheter-based LAA occlusion has become a worthy alternative, particularly in patients where OAC is contra-indicated, not tolerated or denied. [5][6][7][8] Adequate analysis of the LAA anatomy and relevant surrounding structures prior to occlusion is crucial to prevent procedure-or device-related complications. Correct sizing of the LAA is particularly important to avoid potential residual peridevice flow, device dislodgement, migration and/or embolisation, knowing that the LAA ostium typically has an oval shape whereas currently available occluding devices are round shaped implants. 9 Because of its high 3-dimensional spatial resolution and reproducibility, multi-detector computed tomography (MDCT) has become a valuable pre-procedural imaging modality. 10 Moreover, MDCT has a high overall sensitivity and specificity for the necessary pre-procedural exclusion of thrombus in the LAA. [11][12][13][14][15] To date, very little has been published on the cyclic variability of LAA orifice dimensions in AF patients. 16 Particularly, the impact of arrhythmia on LAA motion has not been thoroughly studied. We sought to develop an automated method for the analysis of LAA motion, based on inter-phase registration of MDCT images, and to accurately report the cyclic variation of LAA dimensions throughout the cardiac cycle in patients with AF.

METHODS

Patient Selection.

Patients were prospectively enrolled to undergo MDCT in order to exclude LAA thrombus prior to primo-ablation for paroxysmal or persistent AF (PAF or PsAF). Patients in AF underwent DC cardioversion to optimize imaging conditions. However, this was done around 1 month prior to imaging to avoid residual LA stunning. 17 Patients staying or subsequently relapsing in AF were categorized in a different group. All patients underwent CMR to assess LV volumes and EF, and MDCT to analyze LA and LAA 3-dimensional motion. Patients suffering from structural heart disease (i.e. congenital heart defects, HOCM, moderate-to-severe valvulopathies or having an occluded left atrial appendage (LAA)) were excluded from this study, as well as patients suffering from iodine contrast allergy and increased risk for contrast-induced nephropathy (CrCl<60 ml/min, diabetes, anaemia and/or proteinuria).

Image Acquisition, Reconstruction and Segmentation. Contrast-enhanced ECG-gated cardiac MDCT was performed on a 64-slice CT scanner (Somatom Definition Dual Source ® , Siemens Medical Solutions, Erlangen, Germany). Images were acquired using a biphasic injection protocol: 1ml/kg of Iomeprol 350mg/ml (Bracco, Milan, Italy) at 5ml/s followed by a flushing saline bolus of 1ml/kg at 5ml/s. Retrospective ECG triggering was used with tube current modulation programmed at mid-diastole for patients in sinus rhythm and manually set at tele-systole for patients in arrhythmia. Image reconstruction was performed in 5% increments from 5% to 100% of the R-R interval, with 0.75mm slice thickness, using a B26f soft-tissue convolution kernel. The left atrium (LA) was segmented semi-automatically, on the cardiac phase showing optimal contrast-to-noise ratio (phase with higher tube current during acquisition), using dedicated image processing software (MUSIC, LIRYC institute -Bordeaux University / Inria -Sophia Antipolis, France). Two segmentations were made per patient: one including the LAA and one excluding it at the orifice level. The pulmonary veins were excluded at the ostial level in both segmentations. The results were exported as a high-density 3D polygon meshes. (see Figure1, left and middle panel) Interphase Registration Method Interphase registration was applied to minimize noise and artifacts variations throughout cardiac phases and to automatically propagate the initial segmentation performed on the phase exhibiting optimal image quality. The method uses B-spline intensity-based non-rigid registration (adapted from Wielandts et al. 18 ) to warp the high-quality mid-diastolic phase image in order to be aligned on the 19 others. This way, a mathematical relationship (3D-transformation) between the voxels per pair of reconstructed images is implicitly defined and a single segmentation suffices to automatically obtain accurate segmentations of the remaining 19 phases (see Figure 2). The 3D transformation was applied on both segmentations (i.e. with and without LAA). A cyclic B-spline interpolation was finally performed to generate an equidistant 40-phase polygon mesh sequence covering the whole cardiac cycle of the LA. 

Volume Calculations

Per patient, the LA volume was calculated for all 40 phases of the generated polygon mesh sequences. For all patients, the phases with the highest and lowest total volumes (MAX and MIN) were retained. The phase immediately following P-wave onset (i.e. before atrial contraction, BAC) was also used for patients in SR. LA and LAA volumes were calculated at these time points (V MAX , V BAC and V MIN ). Their respective total stroke volumes (SV TOT = V MAX -V MIN ) and stroke volumes during active contraction (S VAC = V BAC -V MIN ) were derived from these, as well as LA fractional change (FC = (V MAX -V MIN )/ V MAX × 100%) and active emptying fraction (AEF = (V BAC -V MIN )/ V BAC × 100%). Volume calculations were performed using MeVisLab (MeVis Medical Solutions, Bremen, Germany).

Left Atrial Appendage Orifice Measurements

For each patient, the LAA orifice was outlined by marking a number of its circumferential points on the surface of the original semi-automatic segmentation of the LA with excluded LAA (see Figure 1, right panel). These points are ordered such that a closed loop with a minimal path length intersecting all points is constructed. Subsequently, the loop is interpolated for densification and projected onto the polygon mesh surface. The path is then automatically transformed to the other 39 phases using the calculated interphase registration based 3D-transformations. For each cardiac phase, the circumference, area and center of gravity of the orifice are computed using the dense path. Axes are defined as any pair of lines linking a circumferential point to the center of gravity crossing at an angle approximating 180 degrees. For each patient and at each phase of the cardiac cycle, we automatically computed the greater diameter, smaller diameter, circumference and area of the LAA orifice. All was performed using MeVisLab (MeVis Medical Solutions, Bremen, Germany).

Statistical Analysis

All data was analyzed using SPSS (IBM, USA). Summary values are given as mean ± standard deviation (SD) or median [interquartile range, IQR]. Normality was checked by the Shapiro-Wilk test. Results between 2 groups were compared using a twosample Student's t-test. Results were compared across groups using 1-way ANOVA. The variability of LAA metrics throughout the cardiac cycle was defined as the ratio between their maximum difference and their mean value over the cycle. The level of significance was set at a two-sided p value of 0.05. ) . No significant difference was found between groups in terms of left ventricular end-diastolic volume (LVEDV) and ejection fraction (LVEF), as measured by CMR. MDCT effective dose was significantly higher in PsAF AF patients. 17 

RESULTS

Volume Measurements

Results from volume and phasic function measurements of the LA and LAA are shown in Table 2. A trend towards higher maximum LA volumes was noted from PAF SR to PsAF SR and PsAF AF , as well as a significant difference in minimum LA volume. LA SV and LA FC were significantly lower for PsAF AF patients compared to both other groups. LAA appendage volumes were comparable between both groups in SR, but increased, with decreased LAA SV in the PsAF AF group, be it not significantly. The volumetric evolution of LA and LAA throughout the cardiac cycle is shown for all patients in Figure 3A and 3B respectively.

Left Atrial Appendage Orifice Measurements

Panels C-F of Figure 3 show the average LAA orifice measurements throughout the cardiac cycle in all three patient groups, relative to their respective maximum values. In Figure 4 the maximum and minimum values of these measurements, reached throughout the cardiac cycle are reported (Panels A-D). For all measurements a trend in increase is noted from PAF SR to PsAF SR to PsAF AF , however with only minima significantly differing between groups. Eccentricity index is shown in Figure 4E, showing a variation in PAF SR > PsAF SR > PsAF AF . Minimum and maximum eccentricity index differed significantly for all three patient groups (<0.0001, 0.01 and 0.04 respectively). Figure 5 illustrates the variability of each LAA metric over the cardiac cycle. All metrics were found to be more stable throughout the cycle in patients with AF than in those without. A greater variability was found for surface measurements (LAA orifice area) than for distance measurements (diameters and circumference).

DISCUSSION

This study introduces a novel method for the 3-dimensional analysis of LAA motion. It is to our knowledge the first to consistently report the cyclic variation of LAA sizing metrics throughout the cardiac cycle. Results show that all metrics are highly dependent on the cardiac phase, particularly in patients in sinus rhythm. Accurate sizing of the LAA orifice is a crucial pre-procedural step in the process of LAA occluding device implantation. Peridevice flow has namely been noted in up to 33% of patients at 1 year follow up. Even though initial follow up data suggest this does not impact safety and clinical efficacy, discontinuation of OAC in patients with important leaks (up to 12% at 1 year follow up) remains a point of discussion. 20 Currently, LAA sizing is most often done by means of 2DTEE, but 3DTEE and especially MDCT have proven to be more accurate. 16 To our knowledge, this is the first study to apply the principle of non-rigid registration to automatically and accurately trace the LAA orifice throughout the cardiac cycle with the maximum and very acceptable temporal resolution available in MDCT. The 3 groups in our population showed comparable LV function and LVEDV. Moreover, only 7 patients relapsed to AF in the month between DC cardioversion and MDCT imaging. This is most likely linked to the strict inclusion criteria for imaging and the patient characteristics proper to the AF population in which AF ablation can be an indication. That this is a relatively "healthy" AF population is also reflected in the relatively low CHA 2 DS 2 -VASc scores. As can be seen in Table 2, the expected progressive increase in LA volumes with AF burden is only significant for LA MIN . Fractional change and active emptying fraction are also expectedly higher in the PAF group. 21,22 Figure 3A clearly shows the passive filling, passive emptying and active emptying phases in both groups in SR, whereas the latter is absent in the PsAF AF group. Volumes of the LAA are also more important in the PsAF AF group compared to both groups in SR, with reduced LAA SV and absence of an active contraction component. LAA volume comprised approximately 10% of the LA volume. These findings are consistent with previously published values. 15 One can also note the PAF SR group shows a more pronounced LA and LAA mid-diastolic expansion (Figure 3A and3B). The cyclic variation of the LAA orifice measurements are depicted in Figures 3C to 3F. The LAA orifice area follows a comparable cyclic behaviour to LA and LAA volumes, with the PsAF AF group showing only a 10% variation in area throughout the cardiac cycle. Logically this variation is less pronounced for the orifice circumference, varying within 5% for approximately 75% of the cardiac cycle in both groups in SR and throughout the entire cycle in PsAF AF patients. It is therefore clear that LAA orifice measurements for device implantation in AF patients in SR should preferably be performed around 40%R-R (i.e. at ventricular end-systole) and should certainly be avoided during atrial or ventricular systole. Another important finding is that the greater diameter hardly varies for the major part of the cardiac cycle as opposed to the smaller diameter. This is mostly marked in the PAF SR group, with maximum values of the smaller diameter reached for only approximately 10% of the cardiac cycle. The LAA orifices' oval shape is therefore more pronounced for a considerable part of the cycle. The eccentricity index, as shown in Figure 4E, confirms these findings: its minimum value is identical (1.4 ± 0.2) in all three groups, but varies mostly in the PAF SR group, reaching up to 1.9 ± 0.3. This could potentially increase the probability of peridevice leakage and thromboembolism in this type of patients, although this should be investigated prospectively. 4A-4D. The evolution with AF burden is consistent with previously reported data using 3D TEE, but the absolute values are expectedly slightly higher, as TEE underestimates LAA orifice dimensions as mentioned before. 16 Radiation dose was found to be in the range of expected values in this type of protocol and was almost double in patients in AF as tube current modulation has to be programmed on a broader range due to the arrhythmia. However, the 3-dimensional motion analysis proposed in this study does not require supplementary radiation to what is used in a standard pre-ablation MDCT protocol used to exclude presence of an LAA thrombus and to obtain necessary anatomical information of the LAA and surrounding structures prior to percutaneous catheter-based LAA occlusion. 

Maximum and minimum absolute values of the measurements are shown in Figures

CONCLUSION

Left atrial appendage orifice dimensions can be automatically quantified in high detail using MDCT. The proposed method demonstrates important variations in LAA orifice area (up to 40%) and circumference (up to 20%) throughout the cardiac cycle for PAF and PsAF patients in sinus rhythm. These variations are less expressed in PsAF patients presenting in AF (approx. 10% and 5% respectively). Eccentricity index, however, varies significantly in PAF SR > PsAF SR > PsAF AF and shows that the oval shape of the LAA orifice is not stable throughout the cardiac cycle. Globally, AF burden reduces the cyclic variation of all orifice measurements. This method could allow more accurate sizing prior to catheter-based LAA occlusion and help stratify residual stroke risk post-occlusion. 

AUTOMATED MAPPING OF HYPOATTENUATION WITHIN THE LEFT ATRIAL WALL USING MULTI-DETECTOR COMPUTED TOMOGRAPHY: CLINICAL AND ELECTROPHYSIOLOGICAL CORRELATES IN ATRIAL FIBRILLATION

IHU-CHU Bordeaux-LIRYC Manuscript in preparation

Structural remodelling of atrial tissue plays a major role in the sustenance of atrial fibrillation (AF). Recent reports have shown that the remodelling process also involves replacement of subepicardium by adipose tissue. We introduce an automated method for mapping of intramyocardial fat within the left atrial (LA) wall and aim to study its clinical correlates in AF and non-AF patients and its impact on endocardial voltage. 180 consecutive patients referred for pre-AF ablation assessment and 30 control patients underwent MDCT. Intramyocardial fat was segmented as any pixel <0HU within the myocardium and volumetrically quantified. Segmentations were exported as 3D meshes for integration with electro-anatomical maps in 20 prospectively enrolled patients. Endocardial voltages were compared between mapping points projecting within and outside hypoattenuation areas.

LA hypoattenuation is an independent marker of AF burden in patients without prior ablation (R 2 =0.26, P=0.001), whereas LA volume is not (R 2 =0.02, P=0.14). LA areas exhibiting hypoattenuation are characterized by lower bipolar (1.0 [0.4-2.5] vs. 1.2 [0.4-3.0] mV, P=0.0002) and unipolar voltage (1.6 [0.9-2.8] vs. 1.7 [0.9-3.2] mV, P=0.006) during sinus rhythm contact mapping when compared to the remaining atrial tissue. Automated mapping and quantification of LA hypoattenuation from MDCT images is feasible and is an independent marker of AF burden, whereas LA volume is not. LA areas exhibiting hypoattenuation are characterized by lower bipolar and unipolar voltage during sinus rhythm contact mapping. These results support the use of MDCT to assess global and regional structural remodelling within the LA wall.
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ABSTRACT

INTRODUCTION

Atrial Fibrillation (AF), the most common sustained arrhythmia, is present in 1-2% of population and is associated with age and predisposing underlying cardiovascular and non-cardiovascular pathologies. [1][2][3][4] The progression from paroxysmal to persistent AF is accompanied by structural remodelling of the atrial tissue, facilitating induction and maintenance of high frequency localised reentrant activity. [5][6][7][8][9] Besides fibrosis, recent pathological reports have shown that the remodelling process also involves a replacement of subepicardial atrial wall layers by adipose tissue. 10 Moreover, abundance of epicardial fat is correlated to LA size, reflecting global remodelling, and to endocardial sites with high dominant frequency and signal fractionation. 11,12 These findings are consistent with the known pro-fibrotic activity of adipose tissue. [13][14][15] Due to its high spatial resolution and excellent soft-tissue contrast resolution, multi-detector computed tomography (MDCT) is the current method of reference for quantifying epicardial adipose tissue. 16 Recently, a method for the automated mapping and quantification of intra-myocardial hypoattenuation from MDCT images in ARVC was introduced by our group. 17,18 We aimed to extend this method to atrial intra-myocardial hypoattenuation in order to assess its clinical correlates in a cohort of patients composed of AF and non-AF patients. We also aimed to assess the electrophysiological correlates of atrial hypoattenuation using contact mapping in a subset of AF patients undergoing a first ablation procedure.

METHODS

Populations and study design

We retrospectively studied MDCT images from 210 patients who underwent cardiac MDCT from January 2015 to February 2016. The population comprised 180 consecutive patients with AF referred for pre-ablation MDCT assessment to assess pulmonary vein anatomy and rule-out intra cardiac thrombus, and a control group of 30 consecutive patients with no history of AF, referred at MDCT for a dilatation of the ascending aorta. Patients in AF during MDCT acquisition were not considered for inclusion. In all patients, clinical characteristics were retrieved, including demographics, cardiovascular risk factors, medical history, AF presence and persistence, as well as medication. The clinical correlates of LA hypoattenuation on MDCT were analyzed. A population subset of 20 patients with atrial fibrillation was prospectively enrolled to study electrophysiological correlates on contact mapping. Criteria for inclusion were history of symptomatic AF and indication for catheter ablation according to current guidelines. 2 Criteria for non-inclusion were contra-indications to iodine-enhanced MDCT. Patients were included 1 month before the procedure date and those who presented in AF at the time of inclusion underwent cardioversion. One month later, MDCT was performed on the day preceding the procedure date. Patients presenting in AF either at the time of MDCT or at the time of the procedure were excluded. The study was approved by the Institutional Ethics Committee and all patients provided informed consent.

MDCT acquisition and processing

MDCT studies were performed on a 64-detector scanner (Somatom Definition, Siemens Medical Systems, Forchheim, Germany). Images were acquired during the first pass of iodinated contrast media (400 mg of iodine per milliliter of iomeprol; Bracco, Milan, Italy). To obtain optimal enhancement of the LA chamber while minimizing beam-hardening artifacts from the superior vena cava, a biphasic bolus method was applied-that is, 50 ml of contrast media delivered at the rate of 5 ml/sec, followed by 60 ml of a 50:50 mixture of iodinated contrast material and saline at the same rate. Typical acquisition parameters were gantry rotation time of 330 ms, temporal resolution of 83 ms, collimation of 64 × 0.6 mm, tube voltage 100-120 kV, and typical tube current of 600 mAs with a dose modulation protocol. Images were reconstructed (B26f kernel filter) at the mid-diastolic phase (slice thickness 0.5 mm, typical in-plane pixel size 0.4 × 0.4 mm). Images were processed using MUSIC Software (IHU Liryc/Université de Bordeaux -Inria Sophia Antipolis). The left atrial endocardium was automatically segmented using region growing, the threshold being based on a prior analysis of attenuation values within the blood pool and within a healthy myocardial region of the left ventricle. From this segmentation, intra-myocardial hypoattenuation penetrating the atrial wall was recognized, mapped, and quantified as any pixel with attenuation value below 0HU located in the immediate vicinity of the endocardium, i.e. less than 2 mm from blood pool segmentation. The output of the segmentation was a global quantification of left atrial hypoattenuation (expressed in mL), as well as a patient-specific 3D map displaying the distribution of hypoattenuation over left atrial geometry. In addition, LA volume was derived from blood pool segmentation, and expressed in mL. In the subset of patients undergoing contact mapping, hypoattenuation maps were exported in a mesh format suitable for registration within the electroanatomical mapping system. The segmentation algorithm is illustrated in Figure 1.

Figure 1 -Atrial hypoattenuation mapping with MDCT. On first pass ECG-gated MDCT images (A), hypoattenuation is automatically segmented as any pixel with attenuation value <0HU located in the immediate vicinity of the endocardial border (B, purple: blood pool; yellow: LA wall hypoattenuation). The result is both a global quantification of intra-myocardial hypoattenuation over the whole left atrial wall, and a patient-specific map displaying its distribution over left atrial geometry (C).

Electroanatomical Mapping

After establishing a transseptal access to the LA, 50 IU/kg heparin was given intravenously. Electroanatomical contact mapping was performed at high density during sinus rhythm within the CARTO system (Biosense-Webster, Diamond Bar, CA), with the use of a circular multipolar catheter (Lasso VAR; Biosense Webster). MDCT-derived hypoattenuation maps were then loaded and registered to the LA geometry within CARTO, using a semi-automated rigid registration method. Identifiable anatomic reference points (PV, mitral annulus, left atrial appendage) were used as landmarks for initial alignment and orientation between mapping and imaging geometries, and the registration was further refined using CartoMerge ® automated surface registration. In each patient, mapping points were divided into those projecting within and those projecting outside hypoattenuation areas. Bipolar and unipolar electrogram amplitudes were compared between these 2 categories. In addition, low bipolar voltage was defined as < 0.2mV, and the % of the LA surface covered by hypoattenuation and low voltage was measured within the CARTO system.

Statistical analysis

The Shapiro-Wilk test of normality and D'Agostino tests for skewness and kurtosis were used to assess whether quantitative data conformed to the normal distribution. Square root transformation was applied in cases of non-normal distribution. Continuous variables were expressed as means ± standard deviations in case of normal distribution, and median [interquartile range Q1-Q3] otherwise. Categorical variables were expressed as fractions (percentages). Continuous variables were compared by using independent-sample parametric (unpaired Student t test) or nonparametric (Mann-Whitney test) tests, depending on data normality. Relationships between variables were assessed by using Pearson or Spearman correlation coefficients (R). Categorical variables were compared using χ 2 tests. Mul-tiple regression analysis was performed to identify markers of structural remodelling associated with AF burden, defined as the maximum uninterrupted AF duration. This analysis was performed in patients with no history of prior catheter ablation. Both LA volume and burden of hypoattenuation were considered for inclusion in a stepwise hierarchical forward multiple regression model, the criteria for entry being a P value <0.05 on univariable analysis. The absence of significant muticollinearity was the criterion for a variable to remain in the model. The basic model assumptions of normality and constant variance of the residuals were assessed by visual inspection of residual plots. All statistical tests were two-tailed. A P value < 0.05 was considered to indicate statistical significance. Analyses were performed using NCSS 8 (NCSS Statistical Software, Kaysville, UT, USA). less frequent in the control group with no AF history (P <0.001 for all). LA volume was lower in the control group than in other groups (P <0.001). It was also lower in the paroxysmal AF group as compared to the persistent AF and the redo group (P <0.001 for both). Clinical correlates of LA hypoattenuation on MDCT In the total population, the amount of hypoattenuation within the LA wall was 9.3 ± 3.6 mL. The quantification of hypoattenuation in each studied group is shown in Figure 2. The burden of hypoattenuation was lower in the control group as compared to all AF groups (P=0.0004 vs. Paroxysmal AF group, and P<0.0001 vs. both the Persistent AF and Redo groups). The Redo group showed a higher burden of hypoattenuation than the Paroxysmal AF group (P=0.03). No significant difference was found between Paroxysmal AF and Persistent AF groups (P=0.08), nor between Persistent AF and Redo groups (P=0.49). The burden of hypoattenuation related to age (R=0.28, P=0.0001), LA volume (R=0.64, P<0.0001), as well as to CHA 2 DS 2 -VASc score (R=0.25, P=0.0002) and maximum uninterrupted AF duration (R=0.59, P<0.0001). No relationship was found between the burden of hypoattenuation and BMI (R=0.15, P=0.34) or total duration of AF history (R=0.07, P=0.62). In patients with no prior history of catheter ablation, LA hypoattenuation was an independent correlate of AF burden on multivariable analysis (R 2 =0.26, P=0.001) whereas LA volume was not (R 2 =0.02, P=0.14). 

Electrophysiological correlates of hypoattenuation on MDCT

DISCUSSION

The present study is to our knowledge the first to introduce an automated method for the quantification of LA intra-myocardial hypoattenuation from MDCT images, and the first to analyze the clinical and electrophysiological correlates of LA hypoattenuation. Results show that the extent of LA hypoattenuation relates to age, AF burden, LA volume, CHA 2 DS 2 -VASc score and history of catheter ablation. On multivariable analysis LA hypoattenua-tion is an independent marker of AF burden in patients without prior ablation, whereas LA volume is not. LA areas exhibiting hypoattenuation are characterized by lower bipolar and unipolar voltage during sinus rhythm contact mapping. These results support the use of MDCT to assess global and regional structural remodelling within the LA wall.

Clinical correlates of hypoattenuation

In the present study, the analysis of clinical correlates was performed on a series of retrospective MDCT studies comprising patients with and without AF, and with and without history of catheter ablation. This design was chosen in order to evaluate the association between hypoattenuation and 2 major determinants of atrial remodelling, i.e. AF burden and history of catheter ablation. Our results indicate that patients with AF show higher amounts of hypoattenuation as compared to patients without AF, and that among patients with AF, those with history of catheter ablation show higher amounts of hypoattenuation than those without. This result is consistent with prior histopathological reports demonstrating substantial structural remodelling in AF patients, even in early paroxysmal stages of the disease. 19 This substrate has been described as fibro-fatty replacement of subepicardial layers, 20 and we hypothesized that both fibrosis and fat should lead to lower attenuation values on first pass enhanced MDCT images. Indeed, the fibrotic myocardium is known to show lower microvascular density, and therefore lower enhancement as compared to a non-fibrotic myocardium. 21,22 As for the fatty myocardium, it should also appear as hypoattenuated due to the intrinsic attenuation coefficient of fat tissue (from -30 to -300HU). The association between hypoattenuation and history of ablation is also consistent, ablation being known to induce dense scars within the LA tissue. 23 Interestingly, we found the burden of hypoattenuation to be independently related to AF burden, while LA volume was not. This outlines that such tissue characterization adds incremental value to the current imaging strategy based on atrial volumetry. However, a potential prognostic value remains to be validated prospectively vs. patient outcome. In contrast with prior reports on epicardial adipose tissue, 21,[24][25][26] we did not find any correlation between LA hypoattenuation and BMI. This suggests that epicardial and intra-myocardial fat are of different nature, and may have different impacts on arrhythmogenesis. Intriguingly, the method does not seem to be able to discriminate between paroxysmal and persistent AF forms. This might have different explanations. Firstly, the persistent AF population included in the present study is likely to have non-severe forms of AF, as AF during MDCT acquisition was a criterion for non-inclusion. Secondly, fat is suspected to have a pro-fibrotic role that leads to a change in the nature of the substrate from fat-dominant to fibrosis-dominant. 27 This might explain a substantial increase of the substrate average attenuation value during the transition from paroxysmal to persistent forms.

Electrophysiological correlates of hypoattenuation

In the present study, the distribution of hypoattenuation was registered to voltage data acquired using contact mapping during sinus rhythm. The population studied comprised 20 AF patients (10 paroxysmal and 10 persistent forms), none of which had a history of prior ablation. Areas exhibiting hypoattenuation were characterized by lower bipolar and unipolar voltage. To our knowledge, only one prior study had analyzed the relationship between LA wall attenuation on first pass MDCT images and voltage. 23 Using a manual segmentation method on first-pass MDCT images in 20 patients with history of catheter ablation, this prior study reported a linear inverse relationship between the attenuation within the LA wall and the bipolar voltage as assessed using contact mapping in sinus rhythm. In the present study, we have applied an automated method for the assessment of hypoattenuation, with consistent results in patients without history of prior ablation. This suggests that besides dense scars from prior ablation, this MDCT method is able to depict a structural substrate associated with spontaneous atrial remodelling. Interestingly, most of the patients studied showed limited amounts of low voltage, and mean voltage values measured inside and outside hypoattenuated areas remained within the range of normal voltage values, as defined by applying recommended thresholds. 28 This can be explained by the fact that half of the studied population were paroxysmal forms of AF, in which only mild structural remodelling is expected. In addition, the 10 persistent AF patients studied are likely to have non-severe forms of AF, as these were able to sustained sinus rhythm for a minimum of 4 weeks. Nonetheless, this indicates that MDCT is able to depict a substrate that is too subtle to be detected using standard voltage thresholds. However, we acknowledge that the arrhythmogenic nature of such substrate remains an open question. This point should be clarified in future studies by exploring its relationships with AF mechanisms and patient outcome.

Study limitations

The main limitation of the present study is its retrospective design, which was chosen to focus the analysis on 2 major determinants of atrial remodelling: AF burden and history of ablation. We acknowledge that such proof of concept study should be followed by prospective series relating this novel imaging marker with patient outcome. Another limitation is the absence of reproducibility analysis. The method being automated, little variability is to be expected between measurements on a same dataset. However, because the quantification requires prior analysis of blood pool and myocardium enhancements, it will likely be acquisition dependent. For practical reasons the reproducibility between different MDCT acquisitions in the same patients could not be performed. Due to radiation exposure issues, this should be addressed in animals. Last, in the absence of MRI data, the relationship between hypoattenuation on MDCT and LGE on MRI could not be studied. Such analysis would be relevant, firstly 200 200 because LGE MRI is the only other modality that is able to depict a contrast within the thin LA wall, and secondly because it might provide new insights into the possible transition of atrial structural substrate from fat to fibrosis.

CONCLUSION

Automated mapping and quantification of LA hypoattenuation from MDCT images is feasible. LA hypoattenuation relates to age, AF burden, LA volume, CHA 2 DS 2 -VASc score and history of catheter ablation. On multivariable analysis LA hypoattenuation is an independent marker of AF burden, whereas LA volume is not. LA areas exhibiting hypoattenuation are characterized by lower bipolar and unipolar voltage during sinus rhythm contact mapping. These results support the use of MDCT to assess global and regional structural remodelling within the LA wall.

FUTURE PERSPECTIVES

Interventional electrophysiological procedures have seen a vast progress over the past decennia, enabling more accurate diagnostics and more efficient therapies associated with low invasivity and the subsequent advantages in patient management. However, the necessity for real time feedback in relation to adequate anatomical information relevant to the procedure has become imperative for procedural success and safety. Radiographic imaging methods currently hold a central role for delivering this information.

C-arm based fluoroscopic imaging is the cornerstone for realtime feedback of catheter position during interventional electrophysiological procedures and in many cases the only modality used for anatomical reference, be it diagnostic procedures, ablations or device implantations. Fluoroscopy is therefore the main source of procedural radiation dose and should be used judiciously. With the current scientific knowledge in radiobiology, the line of thought remains that radiation hazard at low doses can be estimated by linear extrapolation. Hence the ALARA (i.e. as low as reasonably achievable) principle should be respected when radiographic imaging is necessary for the procedure. 34,35,37 The cost vs. procedural efficiency balance is still the logical rationale in modern medicine. It would therefore be inappropriate not to favour the conventional approach in presumed routine procedures, as here fluoroscopy very often proves to be sufficient as visual guidance.

To date, this is still the case for the majority of device implantations, despite new developments in non-fluoroscopic sensor-based navigation systems. 33 In chapter III.3 we were able to suggest a number of system parameter changes that drastically influence patient dose without loss of image usability, safety or procedural outcome parameters. This was shown for a large po-207 pulation of patients and may therefore lead to the conclusion that dose reduction protocols must be implemented such that the obtained image quality does not deliver more than the strictly necessary visual information for a given task.

For complex ablation procedures, on the other hand, more comprehensive 3D catheter localisation and visualisation are often required. A very cost-effective way to integrate 3D anatomy in the fluoroscopic workflow is 3D Rotational Angiography (3DRA). The C-arm system allows for a relatively easy registration process enabling accurate anatomical navigation and catheter feedback. This approach leads to similar procedural and outcome characteristics as the approach with electro-anatomical mapping (EAM) systems. 14 In chapter III.1, we introduced a patient-specific way to calculate effective dose in 3DRA and also suggested a number of system parameter changes that can strongly reduce patient dose without significant loss of image quality. In chapter III.2, we further reduced 3DRA radiation dose to a minimum while keeping image quality at a sufficient level for clinical usability.

We believe that little further gain is possible concerning absolute radiation dose reduction using current C-arm systems and thus using the principles of X-Ray imaging. In the context of complex catheter ablations, however, ALARA can be interpreted in a different manner. Apart from absolute dose reduction, reasonable use can also signify better application of used radiation, i.e. by extracting additional information for a non-superior radiation dose.

EAM systems are a widespread accessory system to support ablation procedures that are too intricate for purely anatomical guidance. Their use also proved beneficial for total procedural radiation. [START_REF] Earley | Radiofrequency ablation of arrhythmias guided by non-fluoroscopic catheter location: a prospective randomized trial[END_REF][START_REF] Knecht | Effective reduction of fluoroscopy duration by using an advanced electroanatomic-mapping system and a standardized procedural protocol for ablation of atrial fibrillation: 'the unleaded study[END_REF] As previously discussed, additional integration of 3D anatomical models in EAM systems has an influence on safety and procedural endpoints. This is partly due to the lack 208 of a-priori anatomical knowledge, inherent to EAM systems. The current paradigm in EAM systems is representing the heart with its cyclic motion pattern while subject to breathing motion by a virtual static 3D geometry and display catheters relative to this geometry. This entails the use of sensor-based motion compensation mechanisms that compromise the accuracy of catheter position relative to the endocardium and EAM map resolution. The registration of anatomical models with this virtual geometry is also indirectly subject to these fundamental approximations and inaccuracies. New high-density mapping systems aim to increase mapping resolution, but so far no influence can be seen on geometry accuracy. Direct laser balloon or ICE visualisation are non-radiographic alternatives for catheter positional feedback, but are rather inconvenient and very expensive. Currently, additional feedback methods, based on catheter tip contact force sensing integrated with time and power, are also being validated. 52 In this regard, we opted to explore the opposite paradigm: dynamic feedback of catheter position in the fundamentally dynamic framework of 3DRA-fluoroscopy integration. Chapter IV describes the development of the necessary post-processing tools, the feasibility assessment in animal models and the validation in a small number of patients. The efforts described in chapter III.1 and III.2 approximately led to a 3 to 5-fold decrease in effective dose. This allowed us to obtain accurate models of several cardiac phases per cycle without increasing total radiation burden that was proper to the initial static 3DRA system. Usability in clinical context was shown, but additional clinical value still has to be studied. The advantage of true catheter-endocardium contact feedback seems inherent to this approach, but needs validation with e.g. contact force catheters. Moreover, we can see additional safety advantages, in particular with respect to motion of structures at risk, e.g. coronaries and phrenic nerve in epicardial ablation. This is a known shortcoming of static EAM systems, even when integrating 3D models of the concerned structures.

The same rationale of reasonable use can be transposed to MDCT. This radiographic imaging modality is part of a standard patient's workup in many centres and routinely used for pre-procedural thrombus detection, for anatomical exploration and eventually for integration of segmentations in EAM systems, in particular for atrial fibrillation (AF) patients. Currently, understanding the complex pathology of persistent AF and its pathogenesis, evolving from the paroxysmal form of AF, is subject to thorough research. Many alternative methods to offer insight in persistent AF were or are being developed. Techniques such as substrate and fragmentation mapping, non-invasive mapping techniques, predictive models using myofibre orientation and scar imaging using CMR are all parallel approaches to the problem of finding triggers and consolidating elements sustaining AF and could potentially help optimise its treatment. The underlying substrate in persistent AF is atrial fibrosis, which is a marker for atrial remodelling and is caught in a vicious cycle with AF progression. Recent studies showed the link between degree of fibrosis indirectly measured by echo Doppler and visualised by CMR and clinical presentation of AF. 53 Chapter V.1 describes how similar post-processing tools to chapter IV were applied to reduce image noise and enable automatic segmentation for dynamic MDCT images, acquired using retrospective gating and tube current modulation. Global function and high-density maps of regional displacement amplitude were derived and compared in paroxysmal and persistent AF populations. We believe regions of low motion might be linked to fibrosis distribution and that this mapping technique could therefore be of additional value in the pre-ablation assessment of AF substrate. Further validation needs to be conducted with respect to CMR-and electrophysiological correlates.

Other recent studies link myocardial fibrosis to the distribution of (sub-) epicardial adipose tissue. 54 As MDCT is very effective at discerning different types of soft tissue, appropriate post-pro-cessing of the acquired images can be used for adipose tissue mapping. In chapter V.3, adipose tissue volume is compared to population characteristics and its distribution correlated with electrophysiological findings in different AF populations. Similarly, this mapping technique could be an additional source of information in the AF substrate assessment. Whether this knowledge has therapeutic implications, needs to be seen but could turn out to be an interesting screening tool.

In AF patients unable to receive anticoagulant therapy for stroke prevention, LAA closure devices deployed by catheter-based interventions offer a valuable alternative. Pre-procedural sizing of the landing zone at the LAA orifice is crucial for implant selection and is currently almost exclusively performed by 2D TEE or on MDCT imaging. These have the inconvenience of either being 2-dimensional or static in their approach. In chapter V.2 we applied the similar dynamic MDCT post-processing to automatically perform landing zone sizing and define the optimal part of the cardiac cycle for measurement in AF patients in sinus rhythm and in AF. This method could help reduce peri-device leakage due to undersizing, and subsequent residual stroke-risk or reduce oversizing and peri-procedural complications, which needs to be confirmed by appropriate studies.

Alternatives to radiographic imaging exist but are not (yet) widely available or usable in this context. CMR is by far the most complete alternative from an anatomical, functional and structural point of view, but is limited by spatial resolution, cost and usability in device patients. Peri-procedural CMR guidance is in development, but not yet widely applicable. 55 We therefore believe CMR should be considered complementary and that MDCT and C-arm imaging will certainly maintain their importance for now. Adequate a-priori planning of a procedure by thorough patient-specific knowledge is a crucial advantage and accurate feedback of peri-procedural activity is necessary for patient safety and procedural efficacy. We aimed to optimise the use of currently used radiographic imaging techniques and aimed to explore and highlight, with the contemporary means at our disposal, further areas of their development in the context of interventional electrophysiological procedures. We are convinced that the efficacy and efficiency of future treatment of arrhythmias will be set on the vast interplay between a progressively technical array of available tools and a thorough patient-specific physiological understanding of pathological processes.

  Les procédures d'électrophysiologie interventionnelle ont pris une place majeure dans la diagnose et le traitement d'arythmies cardiaques. Les ablations de tachyarythmies, tout comme l'implantation de dispositifs cardiaques implantés sous forme de défibrillateurs implantables ou pacemakers et de dispositifs d'occlusion de l'auricule gauche, sont devenus routine. En raison de leur caractère non-invasif, la visualisation de régions anatomiques d'intérêt et une orientation adéquate en cours de procédure sont nécessaires. À cet égard, les modalités d'imagerie radiographique, à savoir l'arceau-en-C et le scanner, ont un rôle important vu leur disponibilité et le coût associé modéré. L'objectif de cette thèse est d'étudier, d'optimiser et d'étendre leur utilisation, tout en respectant le flux de travail clinique. À cet effet, nous avons pris en compte les aspects d'acquisition d'image et la phase de post-traitement à partir de laquelle des informations anatomiques, dynamiques ou fonctionnelles pertinentes peuvent être extraites. La première partie de cette thèse concerne l'influence des paramètres d'acquisition d'image du système d'arceau-en-C sur la dose de radiation reçue par le patient. Nous avons développé une méthode, basée sur des simulations Monte-Carlo, pour calculer automatiquement la dose effective (ED) d'une façon spécifique au patient pour l'angiographie rotationnelle 3D (3DRA), tenant compte de tous les réglages techniques du tube de rayon X, de la position du tube et du détecteur par rapport au patient et des propriétés physionomiques du patient. Nous avons démontré qu'en appliquant des ajustements de protocole d'acquisition en 3DRA et en fluoroscopie, une réduction de dose importante peut être obtenue sans compromettre la qualité d'image nécessaire à la procédure, la sécurité procédurale ou le résultat, que ce soit pour les procédures d'ablation ou d'implantation de dispositifs cardiaques implantés. La deuxième partie de cette thèse se concentre sur le développement et la validation d'un protocole d'acquisition et de post-traitement pour obtenir une imagerie dynamique basée sur le 3DRA. Cette méthode, basée sur les principes de régistration d'images non-rigide, permet une réduction du bruit d'image et une segmentation d'images automatique, grâce à la définition d'un champ de déformation entre les images, acquises à plusieurs phases du cycle cardiaque, calculé automatiquement et de façon inhérente. Ceci permet d'obtenir des modèles anatomiques dynamiques de l'endocarde qui peuvent être utilisés dans le support de procédures complexes nécessitants une anatomie 3D avec contenu temporal. La faisabilité et la validation de cette méthode ont été effectuées dans une petite étude sur des animaux et une étude pratique dans un contexte clinique d'ablation en utilisant une régistration 3DRAfluoroscopie en biplan qui permettait de quantifier l'exactitude des segmentations par rapport à la ciné-angiographie, utilisé comme gold standard anatomique projectif et temporal. La troisième partie de cette thèse porte sur l'extraction d'informations dynamiques, structurelles et fonctionnelles à partir d'images MDCT,
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 1 Figure 1 -Fluoroscopic images in antero-posterior view showing catheters during (A) an ablation procedure for atrial fibrillation and (B) after dual chamber pacemaker lead implantation.
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 2 Figure 2 -Left panel: Typical photon energy spectrum for an X-Ray tube operating at a kVp of 80kV. Filtration removes the non-penetrant low energy photons from the Bremsstrahlung-spectrum. Characteristic radiation peaks around 60 kV, proper to tungsten, are shown in superposition. Right panel: Photons entering the human body will penetrate, be absorbed through photoelectric interaction or undergo Compton-scattering interaction. Total energy loss inside the body is the integral dose incurred by the patient. (adapted from: P. Sprawls, Physical Principles of Medical Imaging, Medical Physics Publishing Corporation; 2 nd edition, 1995)
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 3 Figure 3 -Input window of a widely used Monte Carlo simulation software for absorbed and effective dose calculations. On the lower right the irradiated organs are depicted. Input fields include patient characteristics, photon beam surface at skin entrance and point and angle of incidence. Tube setting input further defines the photon energy spectrum. (PCXMC, STUK -Finnish Centre for Radiation and Nuclear Safety)
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 4 Figure 4 -Illustration in 2D of three transformation methods for medical image registration. Upper panel: the moving image to be registered to the reference image. Lower panel: Registration can be linear, i.e. rigid (= translation + rotation) or affine (= rigid + scaling/shearing), applying the same transform to the whole image; or can be non-rigid, introducing locally defined deformations, controlled by e.g. B-splines. (Adapted from ref.39)

  ; CT: Computed tomography; F-U: Follow-up; Merge: CartoMerge; MRI: Magnetic resonance imaging; XP: CartoXP; : Increased; : Decreased; =: No difference; pts: number of patients.
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Figure 1 -

 1 Figure 1 -(A) A full 3DRA imaging sequence consists of 248 frames, imaged over a 200° rotation of the X-ray tube. These frames are automatically transferred to a workstation for conversion into a CT-like data set of axial images, with subsequent 3D volume rendering or surface reconstruction (right side). (B) Organ dose was calculated by Monte Carlo simulations (PCXMC software) for each individual frame, using system-derived output setting of the imaging equipment. Doses fluctuate throughout the rotational scanning sequence. See text for further explanation. (C) The whole body equivalent effective radiation dose was calculated for each of the 248 frames. It is not constant during the whole rotation. The patient in this example had a height of 175 cm, a weight of 86 kg, and BMI of 28.1, approximating the average patient in our study (height 175.6 cm, weight 82.4 kg, BMI 26.6). The DPF rate was set to 0.54 µGy/ frame. No collimation was used. The total effective dose this patient incurred was 6.1 mSv.
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 2 Figure 2 -(A) The cumulative DAP of an imaging sequence (corrected for the amount of collimation used among patients) increased with BMI, as expected, albeit weakly (R 2 = 0.30). (B)There is an inverse relationship between heart dose and BMI due to higher absorption in fat tissue with increasing BMI. (C) The total effective dose of the 3DRA imaging was inversely related to BMI (like the single organ dose), in contrast to what is expected from single incidence imaging where auto-exposure controls result in higher DAP values with BMI, and higher ED. The behaviour noted here is due to the very limited DAP increase with BMI (A). (D) Therefore, the online DAP value does not give any meaningful information about the effective radiation dose the patients incurs in the 3DRA system studied.

  the remaining 38 patients, 11 had a normal BMI (22.4±1.9 kg/ m 2 ), 22 were overweight (27.2±1.1 kg/m 2 ), and 5 were obese (31.7± 1.2 kg/m 2 ). As shown in Figure 3A, image quality was also not related to BMI class (P = 0.38, ANOVA).

Figure 4

 4 shows exemplary 3D image reconstructions of right atrium (RA) and LA in different pairs of normal-weight and obese patients. Image acquisition conditions were identical for each pair of patients. All 3D reconstructions were judged to be of optimal quality (Q = 3). However, their calculated EDs were considerably different: 7.4 mSv for the normal vs. 3.5 mSv for the obese patient in the RA example, and 7.8 mSv, respectively, 5.1 mSv for the LA example at the bottom of Figure4. Overall, there was also no relation between ED and image quality (Figure3B).
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 4 Figure4(A) Three-dimensional image reconstructions of the RA in a normal-weight (left) and obese patient (right). Image acquisition conditions were identical for both patients: DPF was set to 0.24 µGy/frame, cardiac motion reduction was obtained through ATP injection, and contrast volume injected was 120 cc at 20 cc/s. Both 3D reconstructions were judged to be of optimal quality (Q = 3). However, their calculated effective doses were considerably different: 7.4 mSv for the normal vs. 3.5 mSv for the obese patient. (B) Similar setup during visualization of the LA in another pair of patients. Patient BMIs were 20.3 and 28.4, DPF was set to 0.54 µGy/frame, again ATP was used and 120 cc contrast injected at 20 cc/s. Their respective EDs were 7.8 and 5.1 mSv.
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 1 Figure 1 -Illustration of segmented surfaces of the LA from one of the simulated datasets(man, 57 years old, BMI 25.6). Top: the referencemodel constructed from the conventional 248 frames 3DRA. Below are surface segmentations based on 124, 82, 62, 50, 42, and 31 frames. They show a gradual but minimal reduction in image quality, with all critical structures remaining visible. LSPV, left superior pulmonary vein; RSPV, right superior pulmonary vein; LIPV, left inferior pulmonary vein; RIPV, right inferior pulmonary vein.

Figure 5 .

 5 As we assumed an identical behaviour in terms of auto-exposure control and per frame DAP values vary continuously, the RNSs translates in a linear ED reduction.
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 2 Figure 2 -Quantitative assessment of the error introduced by reducing the number of frames on segmented surface models of the LA (simulation group). Distance errors between each RNF reconstruction and the reference reconstruction were measured in eight points for different target lines. (A) Eight points for each of the four individual PV target lines and (B)
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 3 Figure 3 -Bar graph showing the distances in mm between the simulated RNF 3DRA models and the reference model based on 248 frames averaged over all 20 patients of the simulation group for all considered points encircling the PV ostia (both 8 × 4 per vein and 8 × 2 per ipsilateral vein pair). The red line indicates mean ±0.8 times the standard deviation.
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 4 Figure4 -Qualitative grading of the LA models generated from simulated reconstructions in the simulation group (A), and of the LA and RA models in the prospective group (B). None of the 3D images was considered non-diagnostic due to major anatomic deficiencies.
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 5 Figure5 -Effect of reducing the number of frames acquired in a 3DRA acquisition on the effective dose of the patient. On the left, the effect in the simulation group is shown for the 248 frames standard 3DRA and for the different simulated RNF 3DRA. On the right side, the results for the prospective group are shown for both LA and RA with protocols that have 67 and 45 frames, respectively.
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 6 Figure6-Three-dimensional models of the LA and RA of patients from the prospective group acquired using a RNF 3DRA acquisition protocol with 67 images at 0.24 µGy/frame, respectively, with 45 images at 0.12 µGy/frame. Both images were graded as 'good quality'. The four PVs (LSPV, LIPV, RSPV, and RIPV) are indicated for the LA, and both caval veins [superior vena cava (SVC) and inferior vena cava (IVC)] and the tricuspid valve (TV) are marked for the RA.

Table 1 :

 1 Patient characteristics. (AF -Atrial Fibrillation, ASA -American Society of Anesthesiologists, CRT -Cardiac resynchronization therapy, COPD -Chronic obstructive pulmonary disease, ICD -Implantable cardioverter defibrillator, n.s. -not significant, NYHA -New york heart association, SD -Standard deviation)
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 1 Figure 1 -Dose area product (DAP) pre and after the dose reduction protocol (DRP) according to procedure type.
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 2 Figure 2 -Fluoroscopy duration per and after the dose reduction protocol (DRP) according to procedure type.
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Figure 1 -

 1 Figure 1 -Left panel: Image acquisition scheme. During a single 200° rotation of the interventional 3DRA system, 15 images were acquired per paced PP-interval (570 ms) with a total of 381 images. With the perspective of radiation dose restriction in future clinical application, only four phases, covering the mechanical variation of the heart's shape throughout its cycle, were selected for further processing in this experimental study (green lines). The remaining images (black lines) were disregarded. Right panel: The four phases selected for reconstruction: Systole (SS), Diastole (DD) and two interposed phases (SD and DS). Anatomical structures can be recognized: Left ventricle (1), Papillary muscles (2). Noise and artifacts of diverse origin are very prominent. Streak artifacts caused by metal parts of the pacing catheter (3) are clearly visible.

Figure 2 -

 2 Figure 2 -Interphase registration (IPR) based filtering method:

Figure A

 A illustrates the parameter set optimization.

Figure 3 -

 3 Figure3-Segmented 4D model sequence built of four cardiac phases with (blue) and without (green) use of IPR is shown for one experiment at optimal non-IPR ISO (�ISO=0). The IPR 4D sequence is built from only one segmented phase, the anchor phase (SD). The remaining three phases were obtained by applying the image warping transformation defined in the IPR step on the segmented SD phase, as indicated by the red arrows. The four phases in the non-IPR sequence were all segmented directly from the reconstructed images, without prior application of IPR. The significant difference in image quality can be observed. Anatomical structures that can be seen in this view of the posterior wall of the left ventricle are the apex (1), the LV inflow tract (2), the LV outflow tract (3) and the posterior papillary muscle (4). The accompanying video showing the resulting 4DRA sequences can be downloaded from the online supplement.

Figure 4 -

 4 Figure 4 -Similarity between the segmented models and the corresponding manual LV delineation ("ground truth") as shown by means of (A) the composite score Q and (B) the percentage of closest point distances from the segmented model surface to the ground truth under 3mm (d3mm). Results are averaged over all phases and all experiments (mean±sd) and shown for the IPR (blue) and non-IPR (green) models over the range of ISO values considered, expressed relative to optimal non-IPR ISO (�ISO=0).

Figure 4

 4 Figure4shows the values of d3mm and the composite score Q (mean±sd) averaged over all phases and all experiments for the IPR and non-IPR results over the range of ISO values considered. A clear improvement in segmentation accuracy using IPR is demonstrated by a significant increase in d3mm and Q and a significant decrease in RMSD and maximal error (HD), irrespective of the selected ISO value. Mean fractional improvement in quality between IPR and non-IPR models at �ISO=0 was +7.8% (95% CI 4.6-10.9,p<0.0001), -28.3% (95% CI -21.7--35.0,p<0.0001) and -21.4% (95% CI -18.6--24.1,p<0.0001) for d3mm, RMSD and HD respectively, while fractional increase in Q was +7.6% (95% CI 4.7-10.5,p<0.0001).

Figure 5 -

 5 Figure 5 -Cumulative processing time for generating a 4-phase 4D model with (blue) and without (green) use of IPR, shown alongside the time needed for a static 3D model in current clinical setting (black). The horizontal axis shows the different steps in chronological order: acquisition (ACQ), reconstruction (REC), interphase registration (IPR), semi-automatic segmentation (SAS) and propagation (PRO). White dots mean that a particular step is not performed. A time investment of ≤12min is very relevant in clinical workflows besides the manifest improvement in image quality. Future technical refinements may further shorten this time.

Figure 5 .

 5 The cumulative processing time for generating a static 3D model, as performed in routine clinical practice in our lab, is about 4min. Generating a 4-phase dynamic 3D model (i.e. a 4D model) required on average 22.0 min without IPR and only 11.5min with use of IPR (p=0.001). Acquisition time was ±1min, followed by a reconstruction time of ±5 min for 4DRA (381 projections) and ±0.5min for 3DRA (67 projections). IPR of the anchor phase to each of the 3 other phases is computed in parallel and requires only 2 min. After IPR, segmentation of the anchor phase at �ISO=0 and propagation to the other phases requires 3.3 ± 0.9 min and ± 0.2 min respectively, thus about 3.5 min for SAS of all 4 phases with IPR. Segmenting a single phase without IPR at �ISO=0 took 4.0±1.0 min on average, thus about 16 min for SAS of all 4 phases without IPR.

Figure 1 -

 1 Figure 1 -Single phase reconstruction using 20 3DRA projections shown as a coronal (1), axial (2) and sagittal (3) slice through the LVOT (orange crosshairs) before (A) and after (B) streak artifact reduction and interphase registration-based filtering. Yellow arrows indicate catheter tips and respective artifacts prior to removal. A clear reduction of overall noise between panel A and B can be observed, allowing characterization of left atrium (LA), left ventricle (LV), anterior (a) and posterior (p) papillary muscles and aortic structures (Ao).

Figure 2 -

 2 Figure 2 -LV cavity segmentation of diastolic (left/blue) and systolic (right/green) phase in one patient. Despite very high noise and artifact load in the original reconstructed images, the presented post-processing method allows anatomic detail to be preserved throughout the cardiac cycle: Anterior (1) and posterior papillary muscle (2), apex (3), LVOT (4), Aortic sinus (5), LV Inflow (6).

Table 2 -

 2 Projected 3D Models and Angiography Similarity Assessment Data are presented as mean±sd. CPD = closest point distance, RMS = root mean squared. Left panel: overall results in RAO and LAO. Right panel: acquired cardiac phases grouped per stage in the cardiac cycle (maximum systole, maximum diastole, systolic stage and diastolic stage).

Fi- gure 4 .

 4 Linear regression (R²=0.73) yields ED = m x DAP, with the conversion factor m = 0.21 mSv/Gycm², corresponding to previously published values.14 

Figure 3 -

 3 Figure 3 -Image integration of the 4D model with the fluoroscopy system shown in RAO (left panel) and LAO (right panel) for the diastolic (blue) and systolic (green) phase respectively in semi-transparent overlay with the corresponding angiography frame. Both Dynamic 3DRA and fluoroscopy were acquired during atrial pacing at 700 ms (see ECG) by means of a catheter in the right atrial appendage (1) and with iodine contrast injection in the LA through a pigtail catheter (2a) via a transseptal sheath (2b). An oesophageal temperature probe (3) is present. The marks on the ECG strip correspond to the timing of the acquired 3DRA projections, the blue and green marks to the timing of the diastolic respectively systolic phase. An accurate overlay can be seen with LV inflow (4a), LVOT/Aortic Sinus (4b) and papillary structures (4c). Slight mismatch can be observed at locations with substantial LV wall trabeculation and is inherent to segmentation by thresholding (4d).

Figure 4 -

 4 Figure 4 -Plot showing the relationship between the estimated Effective Dose (ED), calculated using a Monte-Carlo simulation-based method, and the Dose-Area Product (DAP) reported by the 3DRA system.

Figure 5 -

 5 Figure 5 -Cumulative processing time for generating a 5-phase 4DRA segmentation (blue), shown alongside the time needed for generating a clinical static 3DRA segmentation (black). The horizontal axis shows the different steps in chronological order: acquisition (ACQ), reconstruction based on all projection images: 67 for 3DRA, 100 for 4DRA (REC all), streak artifact reduction (SAR), separate 5-phase reconstruction of the updated projection images (REC 5ph), IPR-based filtering (IPR) and segmentation step (SEGM). White dots indicate that a particular step is not performed. Future technical refinements may further shorten this time. The extra time investment of ±9 min for 4DRA should also be put in contrast to the time necessary for sedation or anesthesia and placement of an extra ventricular rapid pacing catheter or administration of adenosine in static 3DRA.

Figure 1 -

 1 Figure 1 -Generating the 20-phase mesh sequence: a single high-quality and high-radiation dose tele-diastolic phase is selected for segmentation (70% RR -white delineation) and propagated to the other 19 phases (4 shown) using a transformation field defined by the inter-phase registration of the MDCT images. (LA = left atrium, LAA = LA appendage, CLPV = common left pulmonary vein, RSPV = right superior pulmonary vein, RV = right ventricle, Ao = aorta ascendens, PA = pulmonary artery).

  Figure 2.

Figure 2 -

 2 Figure 2 -Left atrial (LA) volumes plotted throughout the cardiac cycle, as represented by the equidistant 40-phases, for both patient groups (paroxysmal and persistent AF). Volumes are normalised to LA MAX and aligned to LA BAC (i.e. immediately after P-wave onset).

Figure 3

 3 Figure3shows the corresponding Bland-Altman plots.

Figure 4 -

 4 Figure 4 -Average displacement amplitude during active emptying (atrial systole -left panel) and passive filling phase (atrial diastole -right panel) shown on a high-density LA template mesh. Results per patient were registered to this template prior to analysis. Upper panel: PAF; lower panel: PsAF

Figure 5 -

 5 Figure 5 -Regional analysis of displacement amplitude during active emptying (left panel) and passive filling phase (right panel) shown for both the PAF and the PsAF group. (SEPT = septal, ANT = anterior, POST = posterior, ILA = inferior LA, LAT = lateral).

Figure 1 -

 1 Figure 1 -Left and middle panel: polygon mesh after initial segmentation of the LA on the high-dose mid-diastolic MDCT image, shown with and without LAA. Right panel: orifice delineation prior to propagation to the other cardiac phases. (CLPV = common left pulmonary vein)

Figure 2 -

 2 Figure 2 -Generating the 20-phase mesh sequence: a single high-quality and high-radiation dose mid-diastolic phase is selected for segmentation (70% RR -white delineation) and propagated to the other 19 phases (4 shown) using a transformation field defined by the inter-phase registration of the MDCT images. (LA = left atrium, LAA = LA appendage, CLPV = common left pulmonary vein, RSPV = right superior pulmonary vein, RV = right ventricle, Ao = aorta ascendens, PA = arteria pulmonalis).
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 4 Figure 4 -Bar plots with absolute values of LAA orifice area (A), circumference (B), greater diameter (C), smaller diameter (D) and eccentricity index (E). Highest (max) and lowest (min) values reached throughout the cardiac cycle are shown.
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 5 Figure 5 -Bar plots showing maximal cyclic variability of LAA orifice area (A), circumference (B), greater diameter (C), smaller diameter (D) and eccentricity index (E), expressed relative to mean value.
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 2 Figure 2 -Burden of LA hypoattenuation in patients with no AF history (CONTROL), paroxysmal AF (PAF), persistent AF (PsAF), and in those with history of catheter ablation (REDO).

Figure 3 -

 3 Figure 3 -Bipolar and unipolar voltage measurements inside and outside areas exhibiting hypoattenuation on MDCT (HYPO).

Figure 4 -

 4 Figure 4 -Registration between unipolar voltage and MDCT-derived hypoattenuation in a 63 year old man with PsAF. Good agreement is found between low unipolar voltage (color-coded) and hypoattenuation (translucent grey surface).
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 1 Tissue weighting factors for absorbed dose as defined by the ICRP.
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 2 Complications (CRT -Cardiac resynchronization therapy, ICD -Implantable cardioverter defibrillator, SD -Standard deviation)

Table 1 -Quantitative Image Quality Parameters

 1 

		No IPR	IPR	p Value
	Image noise [GV]	151.8 ± 18.2	81.3 ± 9.6	< 0.0001
	Signal Intensity LV cavity [GV]	1560.9 ± 116.8	1563.6 ± 117.7	0.393
	Signal Intensity LV wall [GV]	1183.1 ± 41.1	1184.1 ± 39.0	0.817
	Signal-to-noise ratio	10.4 ± 0.8	19.4 ± 2.0	< 0.0001
	Contrast-to-noise ratio	2.5 ± 0.4	4.7 ± 0.8	< 0.0001
	Data are represented as mean ± sd. GV = Gray Value		
	Image Quality			

Table 1

 1 

shows the quantitative image quality data for the 3D images in the 4 phases and 5 experiments before and after application of the IPR-based filtering method. The use of IPR resulted in a noise reduction of 46.4% (p<0.0001), while SI in both LV cavity and LV wall remained approximately unchanged. This led to SNR and CNR increasing significantly (p<0.0001) by 86.5% and 88.0% respectively. Online supplement Figure B illustrates quality gain for all 4 phases in one experiment.

Table 1 -Quantitative Assessment of Image Quality

 1 

Data are represented as mean±sd. GV = Gray Value

Table 1 : Population Characteristics

 1 

Table 2 : Volume Measurements

 2 

*only patients that underwent both CMR and MDCT (n=27)

Table 3 : Measurement of Agreement and Reproducibility

 3 
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Table 1 : Population Characteristics.

 1 p=0.02 vs. PsAF SR , * p<0.0001 vs. PsAF AF , other t-tests non significant

°

Table 1

 1 shows the population characteristics for the 35 patients included in this study: 16 paroxysmal AF patients in SR (PAF SR ), 12 persistent AF patients in SR (PsAF SR ), 7 persistent AF patients in AF (PsAF AF
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CONCLUSIONS

We developed software to calculate in detail the patient ED during 3DRA, taking tube modulation data for all frames in the acquisition sequence into account. The overall mean ED for 3DRA imaging was 6.6±1.8 mSv, comparing favourably with conventional cardiac CT. The use of 3DRA is justified in terms of ED, although it offers practical advantages. Optimization of the factors identified in this study provides potential for yet further reductions in ED. Effective doses are paradoxically higher in slender patients, suggesting that modifications to automatic exposure algorithms could further reduce ED in many patients. Manual collimation by the operator can reduce ED by more than 20% and is therefore imperative in limiting dose in all patients.

CONCLUSION

Generating dynamic 3DRA (4DRA) models of the left ventricle is feasible and accurate through the use of a novel acquisition protocol and application of a post-reconstruction non-rigid interphase registration (IPR) methodology, reducing image noise and speeding up 4D surface model generation. We demonstrated a significant impact of the IPR-based method on image quality. Due to the use of low dose acquisition protocols, radiation dose can be kept at a clinically acceptable low level. Also, by using slow pacing, the risk of inducing unwanted ventricular tachy-arrhythmias is minimized. These findings open the perspective of realizing a 4D image sequence for more accurate integration with electro-anatomical mapping systems and per-procedural fluoroscopy or co-registration with scar visualization modalities, to facilitate catheter ablation in locations with a high degree of motion, like the LV. 

AUTOMATED

RESULTS

Population characteristics

Age 

Controls

(N = 30)

Characteristics Table 1: Baseline Characteristics (180 patients enrolled)

A total of 180 patients were enrolled to study clinical correlates of LA hypoattenuation. The population comprised 106 patients with AF and no history of prior ablation (53 paroxysmal and 53 persistent forms), 44 patients with AF and history of catheter ablation referred for a repeat procedure (redo group), and 30 patients with no history of AF, referred at MDCT for the assessment of a dilatation of the ascending aorta (control group). The characteristics of these populations are shown in