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placement of fiducial markers, * pre-operative imaging with CT and MRI imaging devices, * (semi)automatic segmentation of patient's auditory system, * (semi)automatic localization of cholesteatoma cells, * construction a 3D surface/numerical model, * plan the middle ear access tunnel (its diameter around 2 -3mm)

for the drilling phase, * plan the removal phase of cholesteatoma cells, * produce a manual incision either in the external ear canal, in the auricle or behind the ear, or a combination of both. -Intra-operative phase:

* automatic/manual registration of pre-operative plan to patient, * bone ablation for creating the access tunnel (its depth 25-30mm), * visualize the critical structure to the surgeon with the imaging tool (its outer diameter around 0.5-2mm) and determine the boundary of cholesteatoma region, * automatic/cooperative cholesteatoma removal from the middle ear cavity and/or the ossicles with the ablation tool (its outer diameter < 2mm), * diagnostic in real-time of the middle ear cavity for localizing the residual cholesteatoma cells, * execute the excision of residual cholesteatoma.

• Risk analysis: sterilization, bio-compatible of end-effector material, infection risk, safety in surgeon/patient robot interface, risk during surgery and other specification by laws (e.g., CE approval), • Reducing intervention time and cost. 1 this figure contains an animated GIF. If your PDF viewer has the right plug-in to support animated GIF (e.g., Adobe reader), you can control the animation with the control panel below the figure.
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Notations

A Coordinate Reference Frame ( i ) is formed by an origin point (O i ) and an orthogonal basis formed by three perpendicular unit vectors ( i x, i y and i z). The vectors and the points are represented by a bold lower case letters (v), and a normal lower case letter is used for a scalar value (v). The homogeneous representation is used to distinct between a vector (v = [v x ; v y ; v z ; 0]) and a point (p = [p x ; p y ; p z ; 1]). A vector is determined by the difference between two points (ab = ba). Such a vector expressed with respect to a frame by a left superscript letter ( i ab). Its unit-vector and its Euclidean norm are noted ( i u ab = i b-i a i b-i b ) and ( i ab = i ab 2 x + i ab 2 y + i ab 2 z ), respectively. Symbol Description e et the vector between the O e and O t , and the left superscript notes that this vector is expressed in the end-effector CRF, e tr the vector between the O t and O r , and it is expressed in the endeffector CRF, e er the vector between the O e and O r , and it is expressed in the endeffector CRF, e u er the unit-vector of e er expressed in the end-effector CRF, e u et the unit-vector of e et expressed in the end-effector CRF, e et the vector between the O e and p t , and it is expressed in the endeffector CRF, p t the projection point of the incision hole centre point O r onto the tool centre line, e u et the unit-vector of e et expressed in the end-effector CRF, e y the y-axis (basis vector) of the end-effector CRF, e I an identity matrix, d rcm the lateral error of alignment task which is the perpendicular distance obtained by projecting the O r onto the tool centre line, e rcm * the angular error of alignment task which could be either e rcm3D ∈ R 3×1 or e rcm1D ∈ R 1×1 , ėrcm * the time-derivative of e rcm * , e ėr the time-derivative of the vector er, e uer the time-derivative of the vector e u er , e ė t the time-derivative of the vector e et , e uet the time-derivative of the vector e u et , e v r/e the relative linear velocity of the incision point O r with respect to the end-effector frame ( e v r/e = e ėr), and it is expressed in the end-effector CRF, e v t/e the relative linear velocity of the tool tip O t with respect to the endeffector frame, e v e the twist velocity vector of the end-effector which gather the linear and angular velocities ( e v e = e v e e ω e ∈ R 6×1 ), S t the tool shape, C t the tool curvature, s t the arc length of the tool, ṡt the curvilinear speed of the projected point e p t along the tool shape, e k t the instantaneous tangential unit-vector on the tool shape, the interaction matrix of the approach task, e app the linear error between the tool tip O t and the incision hole centre point O r during the approach phase where the tool is located outside the incision hole, λ a positive scalar gain for increasing or decreasing the velocity of the alignment task, γ rot a positive scalar factor for increasing or decreasing the velocity along the y-axis of the end-effector frame while applying the geometric method with a straight tool, α obs a positive scalar for the stiffness of the virtual spring, α a positive scalar coefficient for advancing along the path, β a negative scalar coefficient for returning to the path, v tis the desired speed of the tool tip along the path, γ a positive gain factor which effects the approaching velocity when the tool is located outside the incision hole, 

Symbol Description

Context

The auditory system is a delicate organ inside the human skull. Various infections and diseases may affect this system among which cholesteatoma is a frequent disease that invades the middle ear. It is an abnormal proliferation of cells that destroy the adjacent bony structures, as a consequence, a conductive hearing loss is the common complication of this disease. The infected cells may be spread all over the middle ear cavity and could cause life-threatening conditions in the long-run.

Around one new case per 10,000 citizens occur every year. In the current medical technique, the only treatment for this disease is a surgical operation. The main concern of such treatment is the high probability to be left with residual cholesteatoma, and based on the literature around 20% of patients are enduring such complications. For instance, in France through the year 2014, 7066 patients went a first cholesteatoma surgery, while 770 cases (10.9%) performed a secondary intervention (as a consequence of the residual cholesteatoma).

The rationale behind this is that the surgeon cannot remove all cholesteatoma cells during the first surgery. The residual cells develop again and the patient has to suffer another surgery, within an interval of 6 to 18 months later. The main challenges that the surgeon encounters during the operation are: i) the limited capacity to visualize the tiny and confined space of the middle ear cavity, and ii) the rigidity of the surgical tool used by the surgeon.

Therefore, the µRoCS (MicroRobot-assisted Cholesteatoma Surgery) project was proposed (Figure 1) with the aim: i) to eliminate the incidence of residual cholesteatoma by removing efficiently all infected cells from the first surgery, and ii) to make a less invasive surgery. Such objectives can be achieved by providing the surgeon with an assisted robot which is equipped with the latest technology. This micro-robotic system will improve the accuracy and repeatability of the surgeon's gestures. Further, the accurate selection of diseased tissues with the support of image-guided and flexible surgical robotics would improve the accessibility, and reduce the need for large incisions and bone tissues removal accordingly. As such, this would limit the invasiveness effect, as well as reducing the patient recovery time, operation time and costs. Due to the size of the auditory system and its location in the skull, the use of conventional surgical robots is impossible. This what led to our project idea which is the need to invent an unprecedented microrobot-assisted otological system.

Scientific and Technical Contributions

At FEMTO-ST Institute, France, in the AS2M (Automatique et Systèmes Micro Mécatroniques) department with the support of the MiNaRob (Micro-Nano-Robotique Biomédicale) team, this thesis was conducted. The team MiNaRob with the ENT (Ear Nose Throat) department of CHU (Centre Hospitalier Universitaire) Besançon, France, are both supporting scientific projects but this thesis marks their first collaboration in an otological application. In fact, the cholesteatoma surgery was chosen by our surgeon; since it is one of the most frequent otological pathologies that urge to enhance its treatment.

This thesis is an early stage research of µRoCS project which was established between FEMOT-ST Institute, being a leading laboratory specializing in the fundamental and applied engineering with a focus on the micro-/nano-techniques, and the clinical part-ner CHU Besançon. They are collaborating with ARTORG center, Universität Bern, Switzerland, which has been active in the field of computer-assisted surgery, especially with regards to the cochlear implantation procedure, and biomechanics research with a focus on the transfer of novel technology into clinical routine.

This PhD thesis focuses on the engineering discipline. However, Chapter 1 is devoted to explaining the clinical aspect whereby it describes the anatomical structure of the auditory system with a special attention to the middle ear cavity, and it sheds light also on the cholesteatoma disease from epidemiology, diagnostic and treatment perspectives.

Afterwards, the next chapters are dedicated to the engineering aspect. The purpose of Chapter 2 is to be a source of inspiration for newcomers to the field of otological surgery, and those who are concerned with the cholesteatoma treatment such as engineers, scientists and surgeons. It also aims to provide an exhaustive description of the scattered bits of investigation related to the robot-assisted cholesteatoma surgery. Thus, it starts with the introduction of the ideal requirements and specifications to reach an efficient robotic system without any constraints on the applied technology. After that, a review of the current surgical robotic systems, especially for otological surgeries, is highlighted herein with a brief on the advantages, the disadvantages and the required improvements necessary to achieve a cholesteatoma surgical robotic system.

A first step toward the ideal system is to propose a controller capable of guiding a standard/commercial surgical tool. For instance, milling a new minimally invasive tunnel, it has to guide the tool for following the milling path under the RCM (Remote Centre of Motion) constraints. The RCM movement controls the surgical tool to ensure that the tool stays always at the centre point of incision hole while performing a path following task to accomplish a resection or scanning task. Another type of constrained movement is proposed when the tool diameter is smaller than that of the entry orifice (i.e., the case when the surgeon manipulates a tool through the external ear canal). This type of movement is called UCM (Unilaterally Constrained Motion). It allows the tool moving freely within the incision hole or/and to lay on the incision wall while reaching distal targets.

Chapter 3 is dedicated to explain geometrically these two types of constrained movements (i.e., the RCM/UCM movements). It also proposes a controller to maintain these constraints on the standard rigid surgical tools. This tool could be either straight or curved. Thereafter, a proposed simulator is presented to prove the proposed control laws. Indeed, the proposed controller is formulated in the task-space which implies that the constrained motion is defined in the Cartesian space. Such formulation is used to design a modular controller which can be easily applied on different robotic structures, in case the inverse differential kinematic of the robot is known.

Chapter 4 formulates a path following controller which guides the tool tip to follow a reference curve accurately. In addition, this chapter describes a task priority controller which permits to set a hierarchy between the different tasks. This controller sets the priority between the path following task with either the RCM task or the UCM. The proposed controller is also validated numerically as presented in this chapter. Then, the proposed controller is also integrated with an exteroceptive sensor (i.e., camera) as the feedback for the control loop. Such a sensor acts as the surgeon's eyes by providing the relative pose of the robot's end-effector with respect to the patient's head. Thereby, an image-guided controller implemented to assess experimentally the proposed control laws. These experiments were conducted on a parallel robot at FEMTO-ST and on a serial robot at ARTOG Center.

The last Chapter gives a general conclusion on our work and the different tracks for the future work.
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The contributions of this PhD thesis are summarized as:

• Journals -B. The objective of the chapter is to present a comprehensive review of the middle ear for engineers and non-medical researchers. Section 1.1 concentrates on the clinical part in terms of: i) defining the important anatomical structures of the auditory system, and ii) presenting the medical terminology for describing the robot workspace (i.e., middle ear cavity). After that, the Section 1.2 provides a detailed description of cholesteatoma disease and its societal impact. The current diagnostic and treatment methods are also discussed.

Anatomy and Physiology of Human Auditory System

The human skull is formed by different bony portions. At the base and at the two sides of the skull is located the temporal bones which sustain the auditory systems. This system is responsible for the senses of hearing and balance. It is mainly divided in three parts, as shown in Figure 1.1: external ear, middle ear and inner ear. The sound waves are collected by the external ear, as a consequence, the ear drum (tympanic membrane) vibrates. These vibrations are transmitted from the middle ear to the inner ear; due to the motion of the ossicles within the tympanic cavity. The inner ear is the sensory receptor of balancing (i.e., the semi-circular canals) and hearing (i.e., the cochlea which convert the acoustic waves to nervous signals).

This section begins with the explanation of the auditory system. It also presents the description of the temporal bone which represents the robot workspace.

External ear

The external ear is the visible part and it consists of the pinna (or auricle) and the external ear canal (or external acoustic meatus) until the ear drum (or tympanic membrane).

Auricle:

The main purpose of such a part is to collect and to guide the sound waves into the middle ear. It is also composed of fibro-cartilage, ligaments, muscles and skin (i.e., epidermal skin) which is continuous with the face skin [START_REF] Legent | Cahiers d'anatomie ORL[END_REF].

The blood network around the auricle is rich. Figure 1.2 shows the carotid artery 2 that passes near the auricle and continues through the temporal bone. It also shows the dif- External ear canal: It is formed from two portions: i) the outer portion passes through the cartilage, and ii) the inner portion passes through the tympanic portion of the temporal bone. The skin of the outer portion is thick and covered by very fine hair. It also supports several glands, like ceruminous and sebaceous glands which are responsible to produce earwax (or cerumen) [START_REF] Martin | [END_REF]Clark, 1997, Legent et al., 1968]. The skin of the inner portion is smooth, dry, adherent to the wall and much thinner when approaching to the tympanic membrane.

The canal length is about 25mm and its diameter varies approximately from 5 to 10mm. The inner bony portion represents about 16mm in length from the total canal length [START_REF] Legent | Cahiers d'anatomie ORL[END_REF]].

2 Arteries carry oxygenated blood away from the heart to peripheral organs.

3 It is comprising a network of lymphatic vessels that carry the lymph towards the heart and its main function is immune defence.

4 Veins carry deoxygenated blood toward the heart. 

Inner ear

The inner ear is responsible for the vestibular system and the auditory system (Fig-

ure 1.3).
Vestibular system: It contributes to the balance and it relies on the forces of gravity and inertia. It is formed by three semicircular canals which are filled with fluid. The movement of this fluid within these canals provides the sense of equilibrium. In fact, this system could be considered as a gyroscope sensor which provides a continuous information about the head orientation.

Auditory system: A snail-like shell named the cochlea is responsible for the hearing sense. Such an organ is filled with liquid that is the same as the one existing in the vestibular system. This liquid is perturbed when the stapes hummers on the oval window. This perturbation moves the liquid inside the cochlea where exists the organ of hearing (organ of Corti). At the surface of this organ lies hair cells that are connected to the auditory nerve. With the motion of these hair cells (stereocilia), the nerve cells are simulated. The hair cells themselves are about 10µm long and 1µm in diameter [START_REF] Martin | Introduction to audiology[END_REF].

Middle ear

It consists of the tympanic membrane and the tympanic cavity that shields three tiny bones (i.e., malleus, incus and stapes, or they are called ossicles). Indeed, the tympanic cavity is a part of the middle ear cavity which extends in the temporal bone. Chapter 1

Temporal bone: Such a bony portion (Figure 1.4) is mainly composed of five parts [Gray, 1918]: i) Squamous portion: it forms the anterior and the upper part of the bone, where its inferior boundary is connected with zygomatic process. Its inferior surface presents depressions corresponding to the convolutions of the temporal lobe of the brain. ii) Mastoid portion: it forms the posterior part of the temporal bone. It continues below into a conical projection, the mastoid process, which serves as the attachment of several muscles. A section of the mastoid process is hollowed out into a number of air spaces (i.e., mastoid cells). iii) Petrous portion: it contains, in its interior, the essential parts of the organ of hearing and its surfaces consist of canals, openings and grooves to transmit the facial nerve, acoustic nerve and veins. iv) Tympanic part: it is a curved plate of bone lying below the squamous portion and in front of the mastoid process. It presents a narrow furrow, which is called also the tympanic sulcus, and it serves as the attachment of the tympanic membrane. v) Styloid process: it serves as an anchor point for several ligaments and muscles. ear canal by a ring of tissue called the tympanic annulus. The greatest surface area of the tympanic membrane is taut (stretched) and is called the pars tensa. At the top of the tympanic membrane, the tissues are looser resulting in the name pars flaccida (or Shrapnell's membrane). The total area of the tympanic membrane is about 90mm 2 and its thickness varies from 0.07mm to 0.1mm [START_REF] Martin | Introduction to audiology[END_REF].

The tympanic membrane is comprised of three layers [START_REF] Legent | Cahiers d'anatomie ORL[END_REF]] (Figure 1.5(b)): i) the outer layer is epidermis6 which continues directly with the skin of the external ear canal, ii) the middle layer is fibrous that composed from four types of fibres which provide some degrees of rigidity to the tympanic membrane, and iii) the internal layer is mucosa7 (Figure 1.6) that continues with the tympanic cavity.

Ossicular chain: The malleus bone is embedded in the tympanic membrane thanks to a fibrous layer. The incus bone connects the stapes bone, which hummers on the inner ear for transmitting the tympanic membrane vibration to the inner ear, with the malleus bone. These bones are linked together by articulations. In addition, the ossicles hold their position with muscles and ligaments (Figure 1.7).

The first one is stapedius muscle that is attached to the neck of the stapes and supplies blood to the process of the incus. It has a length of about 7mm and a diameter of 1.5mm 2 . The second is tensor tympanic muscle where its length about 25mm and its diameter 1.5mm 2 [Legent et al., 1968, Martin and[START_REF] Martin | [END_REF].

Tympanic cavity: Such a cavity has an irregular parallelepiped form. The description of each wall is as follows:

• The superior wall is a thin layer of bone, separating the tympanic cavity from meninges9 , and it is called tegmen tympani (Figure 1.8(b)).

-The space below this wall is called epitympanic recess or attic. In this region, the malleus head and the body of incus are located. • The inferior wall holds the Eustachian tube (or pharyngotympanic tube as depicted in Figure 1.8(a) and (c)).

-The space above this wall is called hypotymanum.

-The Eustachian tube is a canal that connects the middle ear cavity with Nasopharynx (base of the nose). Its length is about 34mm [START_REF] Martin | Introduction to audiology[END_REF]. This tube aims to balance the pressure between the external ear and the middle ear in order to maximize the mobility of the tympanic membrane. • The anterior wall has an approximate height of 7mm.

-Behind this wall passes the carotid artery. • The posterior wall has a height of about 15mm.

-At the top of this wall exists a hole which connects the upper region of the tympanic cavity (epitympanic recess) with the mastoid portion via mastoid antrum (Figure 1.8(b). • The external wall (or lateral wall) holds the tympanic membrane (Figure 1.8(b)).

-The space located at the same level of the tympanic membrane is called atrium or mesotympanic which is the medial space between the epitympanic and hypotympanum. Also, the chorda tympani10 nerve passes through this region and it is frequently damaged by the cholesteatoma. • The internal wall (or medial wall) separates the middle ear from the inner ear (Figure 1.8(c)). It is also called labyrinthine and it is divided horizontally into two portions:

-Upper portion: the posterior region is marked by two bony projection that protects the external semi-circular canal and the facial nerve. The anterior region is a bony region that contains air cells. -Lower portion consists of the following regions:

* Promontory is a bony projection of cochlea. * Oval window is a very thin layer that separates the cochlea and the stapes foot. This layer acts as a valve to prevent the liquid inside the cochlea from getting out. It has an elliptical form with a bigger diameter of about 3mm and a small diameter of around 1.5mm. It is also located beside promontory. * Facial canal is also called Fallopian canal and it is a protrusion on the wall where the facial nerve passes. The length of tympanic cavity is about 13mm (anterior to posterior), its height varies from 15mm (posterior wall) to 7mm (anterior wall) and its width varies between 5mm (external) and 2mm (internal wall) [START_REF] Legent | Cahiers d'anatomie ORL[END_REF] (Figure 1.9). The volume of this cavity varies from one person to another, which also increases during the individual growth periods, approximately from 452mm 3 for an infant to 640mm 3 for an adult [START_REF] Abdala | Morphological and functional ear development[END_REF]. All the internal cavities are covered by mucous membrane, including the tympanic cavity, the inner surface of the tympanic membrane, and the Eustachian tube [Legent et al., 1968, Martin and[START_REF] Martin | [END_REF].

Cholesteatoma

It is a disease that infects the middle ear by introducing abnormal skin in the middle ear cavity. In fact, it is due to the epidermal cells which come from the external ear canal and cover up the mucosa cells of the middle ear cavity. These cells gradually expands within the temporal bone and cause complications by destroying the adjacent bony structures. The surgical treatment is the only choice. 

Definition of cholesteatoma

It occurs when keratinizing11 stratified squamous epithelium accumulates in the middle ear or other pneumatized portions of the temporal bone [Alper, 2004]. Figure 1.10 shows the difference between a normal and an infected ear.

Cholesteatoma is classically classified into three types: congenital and acquired which is divided into primary acquired and secondary acquired [START_REF] Olszewska | Etiopathogenesis of cholesteatoma[END_REF]. The congenital cholesteatoma occurs behind an intact tympanic membrane and it is rarer than the acquired cholesteatoma. The term "acquired" is related to an infection of the tympanic membrane. The primary acquired cholesteatoma appears locally on the pars flaccida, while the secondary acquired appears with a traumatic of pars tensa or fraction of the temporal bone.

Otitis media with cholesteatoma: Primary acquired cholesteatoma can occur in the presence of otitis media. This term means that the mucous membrane lining the middle ear is infected [START_REF] Martin | Introduction to audiology[END_REF]. The general category of otitis media is frequently represented by the terms acute12 , chronic13 and suppurative14 . The term acute otitis media means the rapid onset of signs and symptoms of acute inflammation within the middle ear. If the tympanic membrane is perforated, this is known as acute otitis media with perforation. If there is a liquid in the middle ear, this is called acute otitis media with effusion. Otitis media with cholesteatoma occurs when the inflammation becomes chronic.

Pathology 15 , complications and epidemiology 16

The etiopathogenesis of cholesteatoma is still controversial [START_REF] Olszewska | Etiopathogenesis of cholesteatoma[END_REF]. The first description of cholesteatoma was probably given by Du Verney in 1683 as a fat mass, which he called "steatoma". In 1829, the French pathologist Cruveilhier redefined it as "tumeur perlée" or pearly tumour of the temporal bone. In 1838, the German physiologist Johannes Müller devised the term "cholesteatoma", by identifying a layered pearly tumour of fat. The term "cholesteatoma" must be considered a misnomer as this tumorous lesion ("-oma") contains neither cholesterine ("chol-") nor fat ("-stea-").

The origin of cholesteatoma has been subject to extensive debates. On one hand, the origin of congenital cholesteatoma is remnants of epithelial tissue behind an intact tympanic membrane. On the other hand, there is evidence for at least four different mechanisms for the development of acquired cholesteatoma, or a possible combination of these theories [Alper, 2004, Olszewska et al., 2004, Bordure et al., 2009]:

• Squamous metaplasia 17 theory: the earliest observations suggest the transformation of middle ear skin to epidermal due to inflammation and infection. • Basal hyperplasia 18 theory: the epithelial cells from the keratinizing epithelium of the pars flaccida could invade into the subepithelial space and form an attic cholesteatoma. In other words, it is a rapid infection of the upper portion of the tympanic membrane and it spreads the upper region of the tympanic cavity. • Immigration or invasion theory: the squamous epithelium migrates from the margin of a tympanic membrane perforation into the middle ear spaces. shows the tympanic membrane perforation. • Retraction pocket or invagination theory: this theory is the most widely supported.

The pars flaccida, or occasionally the pars tensa, of the tympanic membrane retracts into the middle ear due to negative pressure, inflammation or both. The retention of keratin accumulating within the deep retraction pocket establishes cholesteatoma.

-Retraction pocket disease: Figure 1.11(a) presents the tympanic membrane with retraction pocket. The process is initiated by malfunctioning of the Eustachian tube, leading to impaired ventilation of middle ear and mastoid. The inadequate ventilation results in negative pressure in the middle ear, which leads to the tympanic membrane becoming flaccid (or retracted) accompanied by inflammation. As the pocket deepens, desquamated debris cannot be cleared, and cholesteatoma results. Another classification of cholesteatoma is based on the infection site which is an important factor for the surgical procedure. This classification distinguishes between 15 Pathology studies the disease from different aspects: etiology (cause), pathogenesis (development mechanisms), morphologic (structural alterations of cells) and clinical manifestation (consequences of changes).

16 Epidemiology is the medical branch that deals with the incidence and prevalence of the disease in large population.

17 Normal transformation of tissue from one type to another, as in the ossification of cartilage to form bone, or transformation of cells from a normal to an abnormal state.

18 An abnormal increase in the number of cells in an organ or a tissue with consequent enlargement. several sites (Figure 1.12): the attic and antrum, tympanic cavity, mastoid, Eustachian tube and labyrinth (semi-canal projection) [START_REF] Olszewska | Etiopathogenesis of cholesteatoma[END_REF].

Complications of cholesteatoma:

The evolution of the disease is life-threatening on the long run. The complications can be classified as follows [Alper, 2004, Bordure et al., 2009]:

• Destruction of the ossicular chain which leads to a conductive hearing loss.
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• Facial paralysis due to the erosion of the fallopian canal which expands to the facial nerve.

• Labyrinthitis due to the erosion of the bony skeleton of the inner ear (vestibular with an erosion of the lateral semi-circular canal which leads to balance disorders, and rarer cochlea with an invasion of the oval window). • Extracranial complications (or intratemporal):

-Mastoiditis due to the invasion of the mastoid air cells.

-Erosion of the tympanic membrane.

-Erosion of the bony wall between the external ear canal and the mastoid, especially the attic area.

• Intracranial complications:

-Meningitis is an inflammation of meninges that protects the brain and spinal cord.

-Subdural empyema (infection of subdural space).

-Dural sinus thrombosis is a blood clot in the vein which drains blood from the brain. -Erosion of the bony covering of the sigmoid (lateral) sinus.

-Brain Abscess is an abscess (a collection of pus that has built up) caused by the infection of brain tissue.

Epidemiology: There are many studies that describe the frequency and distribution of cholesteatoma in a defined human population. Most of the literature consists of hospital-based data, case series of specialized centres and specialized ear surgeons. Each year, around 10 new cases per 100,000 inhabitants are infected by cholesteatoma. It affects also men more than women and children less than adults [START_REF] Kemppainen | Epidemiology and aetiology of middle ear cholesteatoma[END_REF], Djurhuus et al., 2010, Fiedler et al., 2013].

Since the only treatment in the current medical practice is a surgical intervention, approximately ten to thirty percent of cholesteatoma operations are unsuccessful with some residual or recurrent cholesteatoma cells, and it is higher in children than adults [START_REF] Sheehy | Cholesteatoma surgery: Residual and recurrent disease a review of 1,024 cases[END_REF], Aquino et al., 2011, Djurhuus et al., 2015]. Recurrent cholesteatoma means that the disease grows again after the ablation process, while residual cholesteatoma refers to the cells that have been left behind by the surgeon. In both cases, an MRI (Magnetic Resonance Imaging) revision is performed (two to three times with an interval of six months between each time). This revision has the objectives to: i) visualize and observe the evolution of the cholesteatoma cells aggregation, ii) determine if it is necessary to perform a secondary procedure (also known as "second-look"). 

Diagnosis and imaging tools

As far as the diagnosis is concerned, an HR-CT (High-Resolution Computer Tomography) and an MRI are widely used in the pre-and post-operative cholesteatoma assessments [De Foer et al., 2015]. These methods are considered as the standard pre-operative imaging techniques. Throughout the intra-operative phase, the surgeon uses a standard otomicroscopy (Figure 1.13(a)). It is useful for visualizing the big debris of cholesteatoma cells. However, it is characterized by a restricted field of view, especially for visualizing the lateral region within the middle ear cavity as depicted (Figure 1.13(b)). As a result the probability of leaving cholesteatoma cells behind is high.

The surgeon may also use an otoendoscopy besides the otomicroscopy for providing a larger field of view during the intra-operative phase [START_REF] Bordure | Chirurgie otologique et otoneurologique[END_REF], Ayache et al., 2008, Marchioni et al., 2011, Hanna et al., 2014]. Indeed, the endoscope is based on a fibre-optics technology, where their diameter may vary from 2.2mm to 0.3mm as reported in [START_REF] Karhuketo | Visualization of the middle ear with high resolution computed tomography and superfine fiberoptic videomicroendoscopy[END_REF]. In addition, it grants a minimally invasive procedure during the second surgery and it may reduce the rate of residual cholesteatoma during the primary operation [START_REF] Thomassin | Endoscopic-guided otosurgery in the prevention of residual cholesteatomas[END_REF][START_REF] Badr-El Dine | Value of ear endoscopy in cholesteatoma surgery[END_REF], Sajjadi, 2013]. However, its use is not ergonomic and it makes the surgeon to lose a hand to hold it. Moreover, it is not reliable because it is based on white-light imaging is based on white-light imaging and does not allow for a clear distinction of small cholesteatoma cells.

Other imaging techniques are still in the research developments, for instance, ultrasound, fluorescence and OCT (Optical Coherence Tomography). The usage of these research imaging techniques are beneficial; since it can provide an optical biopsy (realtime imaging modalities with micro-metric resolution and some depth) during the intraoperative phase.

Standard diagnostic imaging: On the one side, CT provides good information about the ossicles and the bony structures. On the other side, MRI is useful for characterizing soft tissues, such as cholesteatoma. The actual technology of MRI cannot detect the cholesteatoma cells that are smaller than 3mm. Consequently, the diagnosis of residual cholesteatoma is often difficult which explains the need for a second-look in too many cases [START_REF] Kösling | Ct and mr imaging after middle ear surgery[END_REF], McJunkin and Chole, 2014, De Foer et al., 2015]. This also urge for developing intra-operative diagnosis tools, able to detect individual cholesteatoma cells.

There are different techniques to detect cholestesatoma by applying the MRI, such as a delay contrast-enhanced T1-weight and an echo-planar diffusion-weighted. The latter technique showed more reliable results [Vercruysse et al., 2006, Frickmann and[START_REF] Frickmann | Cholesteatoma-a potential consequence of chronic middle ear inflammation[END_REF] (Figure 1.14). Vercruysse et al. [START_REF] Vercruysse | The value of diffusion-weighted mr imaging in the diagnosis of primary acquired and residual cholesteatoma: a surgical verified study of 100 patients[END_REF]] performed a study to assess an echo-planar diffusion-weighted MRI for detecting the primary acquired (55 patients) and the residual cholesteatoma (45 patients). In the first group, the diffusionweight imaging (DWI) method detected 89% of cases with sensitivity and specificity values 20 of 81% and 100%, respectively. In the second group, only one of seven surgically verified residual cases were correctly diagnosed using DWI, with sensitivity and specificity values of 12.5% and 100%, respectively.

As a conclusion, the latest technology of MRI has difficulties to identify the residual cholesteatoma which is even almost impossible during the intra-operation phase. Thus, it is required an innovative imaging tool able to go to the problem source.

Research diagnostic imaging: The real problem that faces the surgeon during the intra-operative phase is to detect the cholesteatoma cells, where it is difficult to visualize the lateral cavity of the middle ear cavity by using a standard otomicroscope. In addition, the otoendoscopy and the MRI cannot detect residual cholesteatoma cells. Therefore, one of the following methods can be used during the intra-operative phase to detect the residual cells in real-time with good reliability.

Ultrasound imaging : It is a mature field that has many applications for medical [START_REF] Fenster | Threedimensional ultrasound imaging[END_REF] and non-medical applications [START_REF] Awad | Applications of ultrasound in analysis, processing and quality control of food: A review[END_REF]. It is useful to scan a region of interest [START_REF] Fenster | Threedimensional ultrasound imaging[END_REF] and to remove tissues too [START_REF] Haar | High intensity focused ultrasound: physical principles and devices[END_REF]. It is widely used in intravascular [START_REF] Nissen | Intravascular ultrasound[END_REF] and ophthalmic imaging [Silverman, 2009]. This method has not yet been applied for cholesteatoma biopsy, based on our knowledge, but it was involved in other otological applications.

The authors in [START_REF] Brown | High-frequency ex vivo ultrasound imaging of the auditory system[END_REF] proposed a high-frequency ultrasound system for imaging the auditory system. They obtained 3D images of the ossicles and the tympanic membrane by using a 6mm diameter probe. They also gathered 2D images of the cochlea through the round window membrane. The ex-vivo experiments showed that the axial resolution was around 50µm, while the lateral resolution varied from 80µm to 130µm over a 5.12mm scan depth.

Chapter 1

The authors in [START_REF] Torbatian | Imaging the auditory system: A new application of highfrequency ultrasound[END_REF] succeeded to miniaturize the probe diameter to 1mm. They reclaimed that the system showed a better resolution than both the MRI and the CT. However, it is required to inject water into the tympanic cavity for the acoustic coupling sake.

Fluorescence imaging : It is also known as confocal imaging which is based on distinguishing the wavelength of the light emitted by different substances [START_REF] Muldoon | Subcellular-resolution molecular imaging within living tissue by fiber microendoscopy[END_REF], Orosco et al., 2013]. This method is applied to locate the remaining cholesteatoma cells during the surgery as reported in [START_REF] Levy | Optical imaging with a high-resolution microendoscope to identify cholesteatoma of the middle ear[END_REF], Bradley et al., 2013]. They conducted the ex-vivo experiments by using a fibre-optic endoscope that has a diameter of 1mm. The experiments indicated that the mean accuracy, sensitivity and specificity were 95%, 98% and 92%, respectively (Figure 1.15). However, the tympanic cavity surface should be stained with a contrast agent (e.g., proflavine) before taking images in order to discriminate normal and infected epithelial tissues. [START_REF] Levy | Optical imaging with a high-resolution microendoscope to identify cholesteatoma of the middle ear[END_REF] between fluorescence (the left image where the cholesteatoma cells are the bright grey pixels) and histological (the right image where the arrow presents a thin layer of keratin).

Optical Coherence Tomography : OCT is a modern imaging method [START_REF] Fercher | Optical coherence tomography[END_REF], Fercher et al., 2003, Gora et al., 2017], where its operating principle is similar to that of ultrasound but it replaces sound waves with light waves. It has many applications in diagnostic of cancer mucosa [START_REF] Sergeev | In vivo endoscopic oct imaging of precancer and cancer states of human mucosa[END_REF], ophthalmology [START_REF] Budenz | Determinants of normal retinal nerve fiber layer thickness measured by stratus oct[END_REF], cardiac [START_REF] Brezinski | Assessing atherosclerotic plaque morphology: comparison of optical coherence tomography and high frequency intravascular ultrasound[END_REF], Patwari et al., 2000, Jang et al., 2002] and otology imaging. The OCT demonstrated that its resolution is better than the ultrasound [START_REF] Brezinski | Assessing atherosclerotic plaque morphology: comparison of optical coherence tomography and high frequency intravascular ultrasound[END_REF], Patwari et al., 2000, Jang et al., 2002] for visualizing a coronary artery. It showed also a better imaging of skin structure compared to the fluorescence technique [START_REF] Lademann | Application of optical non-invasive methods in skin physiology: a comparison of laser scanning microscopy and optical coherent tomography with histological analysis[END_REF].

There are many designs of endoscopic OCT that have been proposed in order to visualize a sub-structure inside cavities and hollow organs [START_REF] Tran | In vivo endoscopic optical coherence tomography by use of a rotational microelectromechanical system probe[END_REF], Burkhardt et al., 2012]. Indeed, there are many works that deal with OCT for imaging various features within the middle ear, for instance, anatomical structures [START_REF] Heermann | Application of optical coherence tomography (oct) in middle ear surgery[END_REF], Pitris et al., 2011], motion of ossicles [START_REF] Subhash | Feasibility of spectral-domain phasesensitive optical coherence tomography for middle ear vibrometry[END_REF], chronic otitis media [Nguyen et al., 2012a, Djalilian et al., 2008].

A clinical study was done for imaging the cholesteatoma cells by using an OCT scanner and comparing the obtained results with the conventional observations by the binocular microscopy and histology [START_REF] Djalilian | Optical coherence tomography of cholesteatoma[END_REF]. The authors performed the in-vivo experiments on 10 patients (5 males and 5 females). The OCT probe was inserted into the tympanic cavity under a microscopic guidance, after a surgical exposure. The resultant OCT images showed the difference in signal intensity between normal tissue and those infected (Figure 1.16). The cross-section resolution was about 10µm and the penetration depth was around 1mm. The probe had a 2.7mm diameter and it was too large to inspect certain areas (e.g., the posterior superior quadrant of the middle ear) because the probe may injure the stapes. 

Treatment

The definitive and the only treatment of cholesteatoma is a surgery. The main surgical objective is the cholesteatoma removal and the secondary objectives are the reconstruction of ear function and repair of what the disease destroyed. This secondary phase of cholesteatoma intervention is often done by a stapedectomy procedure which consists of replacing the damaged ossicles by an artificial prosthesis. However, this thesis does not concentrate on this secondary phase since the surgeon can easily do it through the external auditory canal. Indeed, this thesis is dedicated to the primary phase where the surgeon usually leaves behind some residual cholesteatoma cells. In case that the residual cholesteatoma is suspected, an additional "second-look " procedure is performed 6 to 18 months later to inspect the mastoid and middle ear [Alper, 2004].

There are different techniques to gain access to the middle ear which depends on the infection site. In general, there are three ways to enter into the tympanic cavity, which are the endaural approach, transcanal approach, and the postauricular approach [Bordure et al., 2005, Hildmann andSudhoff, 2006]. Figure 1.18: The transcanal approach: (a) top view through the external ear canal [START_REF] Hildmann | Middle ear surgery[END_REF], (b) side view (the red hashed region is the bony region to be removed) [START_REF] Bordure | Chirurgie otologique et otoneurologique[END_REF].

Endaural approach: This technique enters the middle ear through the posterior and superior portion of external ear canal (Figure 1.17). It is applied by the surgeon when the cholesteatoma cells are concentrated in the attic region of the tympanic cavity.

Transcanal approach: This method is less invasive than the previous one and it is used when the cholesteatoma cells are trapped between the attic and atrium regions of the tympanic cavity. Indeed, it reaches the middle ear cavity by removing the bone at the end of the external ear canal (Figure 1.18).

Postauricular approach: This technique is applied by the surgeon when the cholesteatoma cells are propagated from the attic region to the mastoid portion. This approach is also . In fact, this approach is an old fashion technique and surgeons rarely use it. Its advantages are that: i) it is technically far easier to eradicate disease, and ii) any disease that recurs will be visible and not trapped in a closed cavity. The disadvantages are that: i) it is not always possible to create a trouble-free cavity, and ii) it is very difficult to reconstruct a functioning sound-conducting ossicular system [Alper, 2004]. Canal wall up: This method is less invasive than the previous one because the surgeon conserves the posterior portion of the external ear canal (Figure 1.20). The size of the created orifice is also presented in Figure 1.21. This mastoidectomy type is indeed the most used technique and its advantages are the potential for a reconstruction (preserving or restoring hearing) and a better chance of having a trouble-free ear as regards infection. The disadvantages are the greater degree of technical skill required and, because of this, the potential for leaving behind some infected cells is high [Alper, 2004].

Ablation tools

The excision of cholesteatoma cells requires high expertise, since it may appear either as i) a beaded appearance, or ii) a uniform layer above the middle ear mucosa [Bordure using a micro-tool to scatter and suck out the big debris of epithelium cells, then a laser or an ultrasound tool is used for burning the residual cells.

Laser tool: In otological surgery, the laser is a powerful tool for removing soft and hard tissues. It is already commercially available, for instance, the BeamPath CO 2 laser system developed by OmniGuide Surgical21 allows to perform laser otosclerosis surgery [START_REF] Lesinski | Optical fiber for co2 laser otosclerosis surgery[END_REF] and ablation of cholesteatoma.

A study was conducted to assess the use of a solid-state potassium titanyl phosphate (KTP) laser for reducing the rate of residual cholesteatoma [START_REF] Hamilton | Efficacy of the ktp laser in the treatment of middle ear cholesteatoma[END_REF]. The study demonstrated that this rate was significantly reduced, where 1 out of 36 cases had residual cholesteatoma after laser surgery, and 10 out of 33 cases without laser treatment.

A laser treatment was also proposed in [START_REF] Caffier | Laser-assisted cholesteatoma surgery: technical aspects, in vitro implementation and challenge of selective cell destruction[END_REF] in order to destroy the cholesteatoma cells based on the information obtained from a fluorescence imaging. The objective of in-vitro experiments was the characterization of the photodynamic effect on cholesteatoma tissue and the different absorption enhancements. The proposed system showed the ability to destroy up to 92% of cholesteatoma cells.

Ultrasound tool: The High-Intensity Focused Ultrasound (HIFU) is used to target diseased or damaged tissue within the human body, such as eye22 , prostate 23 , or breast. However, this technique is not yet applied to destroy cholesteatoma.

The ultrasound technology can remove soft tissue but it can also cut out hard tissue. The piezosurgery device (Mectron Medical Technology24 ) is a new ablation tool which allows removing the bone while keeping the soft tissues intact. Such a device is useful for otologic operation since it performs a mastoidectomy while preserving the facial nerve [START_REF] Salami | Piezosurgery in otologic surgery: four years of experience[END_REF].

MEMS tool: A cutting tool can be manufactured using a metal MEMS process. Such system are not yet applied for otological application but it is used for cardiac application [START_REF] Gosline | Metal mems tools for beating-heart tissue removal[END_REF]. For instance, the researchers in Harvard Medical School implemented a tissue removal tool by applying MEMS technology [START_REF] Gosline | Metal mems tools for beating-heart tissue removal[END_REF]. The tool consists of three main parts: an inner aspiration tube, an outer irrigation canal and a MEMS cutting tool. The outer diameter of irrigation tube is 3mm. The irrigation canal is formed by the gap between the inner aspiration tube and the outer diameter. The cutting tool is held on the outer and it has a stator/rotor geometry for producing a scissoring action on the tissue (Figure. 1.23).

Conclusion

This chapter showed the challenges of middle ear surgery which is the only treatment for cholesteatoma due to the need to make a direct contact for extracting the infected cells.

A road map was established about: i) the location of cholesteatoma cells within the middle ear, and ii) the standard surgical techniques to reach such cells. However, the surgeon cannot remove all the infected cells from the first operation.

The main challenges, that face the surgeon during the operation, are mainly: i) the limited field of view, ii) the rigidity of surgical tool, and iii) the tiny workspace. In fact, the surgeon cannot verify the lateral region hidden by the incision wall due to the use of the standard optical microscope and the rigid surgical instruments. Therefore, a bendable (i.e., flexible and actuated) micro-tool would be beneficial to overcome the previous challenges. Moreover, this bendable tool will hold a fibre-optic which can be used as an OCT (imaging tool) and/or a laser (ablation tool) in order to remove efficiently the residual cholesteatoma cells. Thereby, the next chapters aim to study a novel concept for a robot-assisted cholesteatoma surgery. Such a system will be ergonomic and improve the surgeon's dexterity by automating the tool movements while keeping the surgeon supervision. The next chapter will study the first step toward the implementation of the required system. The previous chapter demonstrated the challenging problems of cholesteatoma in terms of diagnostic and ablation. Thereby, this chapter starts by describing the ideal requirements for implementing a futuristic surgical robotic system to perform a minimal invasive cholesteatoma surgery. The ideal requirements are presented in Section 2.1 and they do not take into account the available technology constraints. This section discusses also the new surgical protocol which modifies the standard procedure for cholesteatoma intervention. These modifications are the result of applying the proposed assistant robotic system.

After that, a review of the otological robotic systems is presented in Section 2.2. The review shows the current state of research in the field and what is missing. Indeed, these Chapter 2 systems show a good basis of work for developing a futuristic robotic system dedicated to cholesteatoma surgery. Afterwards, the section shows additional systems which are used in other surgery types. These systems apply the latest technology in different fields and it is required to adapt this technology for cholesteatoma surgery. For each system is also presented its advantages, disadvantages, as well the needed improvements for reaching the ideal requirements.

In the end, Section 2.3 shows the possible solutions, in terms of the actual technology, in order to reach an efficient and reliable surgical robotic system for treating cholesteatoma. Thus this section could be a source of inspiration for a newcomer to the field of cholesteatoma surgery, and those concerned in cholesteatoma treatment as engineers, scientists, and surgeons.

Ideal Requirements for Robot-Assisted Cholesteatoma Surgery

This section presents the futuristic requirements and specifications which are needed to implement an ideal system. A novel surgical workflow is thus proposed here in order to satisfy the clinical demands. In addition, the engineering requirements are also discussed to design the different components of the desired system. Safety and risk analysis are also discussed within this section.

Clinical requirements

Micro-surgery of middle ear demands a well-trained surgeon to overcome the clinical challenges which can be summarized as: i) the movements within the tiny space of the middle ear cavity while preserving the critical anatomical structures (e.g., ossicles chain, facial nerve and chorda tympani nerve), ii) the limited FOV (Field Of Vision) and the use of rigid surgical instruments for inspecting and manipulating within the middle ear cavity. Therefore, the ideal system should be ergonomic for the surgeon for reducing his/her strain, and hence reducing the hand tremor and increasing the precision (e.g., [START_REF] Rothbaum | Robot-assisted stapedotomy: micropick fenestration of the stapes footplate[END_REF]). The system should also aid the surgeon in performing dexterous micro-movements, and provide a visual feedback and/or an automated control based on the pre-and intra-operative images. Table 2.1 shows the important clinical needs.

Clinical Requirements

• Residual cholesteatoma should be remove efficiently from the first surgery, • Imaging & ablation tools must be capable to detect/remove the tiny residual cells,

• Bendable tool, which is flexible and actuated, combines imaging and ablation tools, • Mechatronics device exchanges easily between the driller and the other tool types, • Become less invasive, • New protocol: the clinical requirements imply a new workflow during the surgery.

-Pre-operative phase:

Table 2.1: Summary of clinical requirements and the new surgical workflow.

New surgical workflow:

The new procedure begins by fixing fiducial markers onto the patient skull during the pre-operative phase (see Table 2.1). These markers are useful for the segmentation and the registration processes; since they will appear in the pre-operative images as reference points with respect to the target anatomy structures. The images with the CT allows identifying the bony structures, while that with the MRI is useful to locate the soft tissue and the cholesteatoma cells.

The segmentation process [Pham et al., 2000a] collects the pre-operative slice images of CT and/or MRI in order to form a 3D surface model (Figure 2.1). Based on this model, the surgeon plans a safe access tunnel from the mastoid surface to the middle ear cavity. The tunnel location should be optimized in order to drill the minimal distance for reaching the cholesteatoma cells. The tunnel diameter should be less invasive, compared to the standard mastoidectomy procedure, and its diameter should be reduced to be around 2mm.

The registration process [Peters, 2006, Cleary andPeters, 2010] is performed at the beginning of intra-operative phase for calibrating the image-guided robotic system. Such a process often consists of bringing the coordinate reference frames of the patient preoperative images with the patient actual pose on the operation table. The calibration between the robot and the patient is a very important step and it will affect directly the system accuracy during the intra-operation phase. All previous steps are performed with the help of planning software throughout the pre-operative phase (e.g., [START_REF] Gerber | Surgical planning tool for robotically assisted hearing aid implantation[END_REF]). Through the intra-operation phase, a navigation software is responsible to: i) drill the planned tunnel in the temporal bone to reach the middle ear cavity, ii) insert the surgical tool within the middle ear cavity for inspecting the suspected region while avoiding the other anatomical structures, iii) remove efficiently the cholesteatoma cells. There are various possibilities to achieve the previous steps. Thus, a new minimally invasive tunnel is proposed in order to reach the tympanic cavity through the mastoid bone as depicted in Figure 2.2(a)). Such a conical tunnel has a small diameter of 2mm at its base, which is located at the external surface of the mastoid bone behind the auricle, and then the tunnel expends gradually until it reaches its maximum diameter at its end. This new tunnel has the advantage for the patient to reduce the risk of anatomical lesions and recovery time. Moreover, the surgeon can manipulate his/her tools through this new tunnel, and of course, the way through the external ear canal is available. This concept of bi-manipulation (i.e., manipulating two tools simultaneously, see Figure 2.2(b)) is hence possible and it is already applied by the surgeon while using his/her hands during the operation.

During ablation, the first manipulator drills the new tunnel through the mastoid portion. However, the route between the mastoid surface until the tympanic cavity could content infected cells. Thus, a novel mechatronics device is required for an easy and fast exchange between the different tool types (i.e., ablation and imaging tools). This device is a useful feature to the surgeon for disinfecting the mastoid portion.

The second manipulator could pass from another tunnel or from the external ear canal. It is equipped with an imaging probe to provide real-time 3D images (i.e., 3D optical biopsy) with micro-scale resolution. Such images are ideal to find out with great precision the location of cholesteatoma cells within the tympanic cavity. The OCT tool keeps the infected cells within its field of view and it guides automatically the ablation tool to scatter and suck out the infected cells.

Engineering requirements

Minimally invasive robotic platforms [START_REF] Vitiello | Emerging robotic platforms for minimally invasive surgery[END_REF], Burgner-Kahrs et al., 2015] are gaining more usage in the operating room (Figure 2.3) since they offer the latest engineering technology in the surgeon's hand. Beside that surgeons are always searching for new techniques to enhance outcomes for patients by making procedures less invasive, safer and more effective. In fact, a surgeon could be considered as a flight pilot [START_REF] Weber | Instrument flight to the inner ear[END_REF]. In the pilot cabin, the cockpit contains flight instruments which provide the pilot with control instruments and essential information about the plane and its surrounding environment. In a similar way, the surgeon should be equipped with instruments which allow controlling precisely the surgical robot and supply information about the patient and the robot status. Such instruments are important to increase the situation awareness in order that the surgeon/pilot could take the right decision; since an error in such domain could cost the lives of other persons. 2012], µRalp 2 , Robodoc 3 , Mako 4 , Da Vinci 5 , Magellan 6 , Niobe [Carpi andPappone, 2009], Neuromate 7 ) A surgical robotic system is generally divided into two main parts: i) the robot structure, and ii) the software assisting the surgeon. There are various reviews that present the historical development of such systems and describe their various components [Davies, 2000, Taylor and Stoianovici, 2003, Pott et al., 2005, Dogangil et al., 2009]. The assistance software is often named Computer-Assisted Surgery (CAS) software, and ideally allows to improve the accuracy and the repeatability of a medical robotic system.

Robot structure: A classic robot structure consists mainly of its manipulator and its end-effector. On one side, the robot manipulator is classified on various criteria [START_REF] Spong | Robot modeling and control[END_REF], such as the kinematic structure or the actuation source. The kinematic structure of the manipulator depends on how its joints are arranged together, for instance, an open-loop manipulator (serial robot, e.g., SCARA or 6R) [START_REF] Khalil | Modelisation, identification and control of robots[END_REF] or a closed-loop manipulator (parallel robot, e.g., delta or hexapod) [START_REF] Siciliano | Springer handbook of robotics[END_REF]. The actuation of the manipulator's joints is typically done either by an electrical, a hydraulic or a pneumatic actuator.

On the other side, the robot end-effector holds the surgical instrument that satisfies the surgeon needs (e.g., forceps, ablation tool, suction/irrigation tool or imaging tool). The end-effectors are mainly divided into two categories: i) rigid end-effector : when it enters a minimal invasive incision, its workspace has a cone form because the centre line of the tool body should be coincident with the centre point of the incision hole. Such a pivoted movement is named fulcrum effect or Remote Centre of Motion 8 (RCM) [START_REF] Kuo | Kinematic design considerations for minimally invasive surgical robots: an overview[END_REF], Dahroug et al., 2016] which is applied during different surgical intervention types (e.g., eye [START_REF] Ida | Microsurgical robotic system for vitreoretinal surgery[END_REF] and abdominal [START_REF] Osa | Framework of automatic robot surgery system using visual servoing[END_REF] surgeries). ii) bendable end-effector : its workspace is more complex than the rigid one. It can also provide more dexterity and flexibility for avoiding obstacles [START_REF] Loeve | Scopes too flexible... and too stiff[END_REF], Vitiello et al., 2013]. There are various types of actuator to steer the distal tip of end-effector, for instance cable-driven [START_REF] Camarillo | Mechanics modeling of tendon-driven continuum manipulators[END_REF], concentric tubes [Webster andJones, 2010, Dupont et al., 2010], magnetic fields [START_REF] Carpi | Stereotaxis niobe R magnetic navigation system for endocardial catheter ablation and gastrointestinal capsule endoscopy[END_REF] or smart materials (e.g., piezoelectric, conducting polymers [START_REF] Shoa | Conducting polymer based active catheter for minimally invasive interventions inside arteries[END_REF] or shape memory alloy). The design requirements of the robot kinematic structure are summarized in Table 2.2.

Robot Requirements

• Macro-manipulator:

large workspace (around 1000mm × 1000mm × 500mm), range (around 500mm).

• Bendable micro-end-effector characteristics:

8 see Chapter 3 for more details about the constrained motion.

actuation type (concentric tube, tendon-driven, smart material or magnetic field),

small workspace (around 5mm × 15mm × 15mm),

range (15mm),

number of segments (1 and/or 2),

hollow segments,

outer diameter (0.5 -2mm [START_REF] Djalilian | Optical coherence tomography of cholesteatoma[END_REF], Fichera et al., 2017]),

length (> 30mm [START_REF] Bell | A self-developed and constructed robot for minimally invasive cochlear implantation[END_REF], Fichera et al., 2017]),

bending radius (< 3mm),

bending angle (≥ 90 • [START_REF] Fichera | Through the eustachian tube and beyond: A new miniature robotic endoscope to see into the middle ear[END_REF]),

resolution (< 0.02mm [START_REF] Miroir | Robotol: from design to evaluation of a robot for middle ear surgery[END_REF]),

force (≤ 5N [START_REF] Miroir | Robotol: from design to evaluation of a robot for middle ear surgery[END_REF]),

payload (few grams).

• Modelling and control adaptability to patient variability and safety accuracy (100% of the above characteristic) and response time (< 0.1s) • Fabrication: bio-compatibility, environmentally friendly and low cost Table 2.2: Summary of robot data.

CAS Requirements

• Exteroceptive sensors optical tracking: accuracy (around 0.05mm), micro-fibre-optic imaging probe: [START_REF] Fichera | Through the eustachian tube and beyond: A new miniature robotic endoscope to see into the middle ear[END_REF]), * frequency of image acquisition (around 30Hz [START_REF] Fichera | Through the eustachian tube and beyond: A new miniature robotic endoscope to see into the middle ear[END_REF]). • Pre-operative planning software segmentation: yes (semi or fully automated), -3D reconstruction of anatomical structures: yes, registration: accuracy (< 0.15mm [START_REF] Gerber | Surgical planning tool for robotically assisted hearing aid implantation[END_REF]), access tunnel and ablation path planning: yes. • Intra-operative control software real-time navigation control

* resolution (≤ 10m), * depth (≥ 10m), * FOV (around 90 • [
• Surgeon-robot interface: interface software, simulator, co-manipulation (hand tremor, semi-automated), fully automated, virtual reality and learning

Table 2.3: Summary of the CAS data.

Computer-assisted surgery software: The design requirements of the CAS software were summarized in Table 2.3. The CAS software is important to improve the accuracy and the repeatability of a medical robotic system. It commonly consists of proprioceptive and exteroceptive sensors, controllers and robot-surgeon interfaces (i.e., a communication interface that help the user to control the robot easily). The interaction between these components contributes to guide and track the robot either in a semi-automated (teleoperative) or in a fully automated mode. A planning software should be used as the first step before the intra-operative phase to achieve three functions: i) segmenting the pre-operative images to create a 3D surface model, ii) optimizing the drilling path from the temporal bone surface to the middle ear cavity while avoiding the damage of critical structures, iii) registering the robot pose (position and orientation) with respect to the patient's body. The fully automated mode performs some pre-programmed movements defined by the surgeon. However, the tele-operative mode provides the surgeon with a continuous control in order to imitate the surgeon's movements (the master) by moving the slave robot so that large movements of the master will result in micro-motions, with small forces, applied by the slave. This mode is also named master-slave control which allows improving the surgery efficiency by eliminating the hand tremor and providing a scaled motion. The master movements could be acquired by the system via various methods, for instance moving a joystick, drawing the path on a tactile tablet, tracking the surgeon's hand [START_REF] Mitra | Gesture recognition: A survey[END_REF] (optical tracking [START_REF] Rautaray | Vision based hand gesture recognition for human computer interaction: a survey[END_REF]), executing the surgeon's voice commands (voice recognition, e.g., [START_REF] Yokoyama | Cooperative works by a human and a humanoid robot[END_REF]), or even using the surgeon's brain signals (e.g., [START_REF] Carmena | Learning to control a brain-machine interface for reaching and grasping by primates[END_REF], Millan et al., 2004, Donoghue et al., 2007]). This kind of system could also be equipped with a more complex feature which is the haptic sensation [Barbé et al., 2007, Bolopion andRégnier, 2013]. This feature mimics the sense of touch by supplying a feedback force to the master and hence to the surgeon.

Safety and risk analysis

While designing and working with a medical robotic system, the safety occupies an important aspect [START_REF] Howe | Robotics for surgery[END_REF], Nathoo et al., 2005, Kettenbach et al., 2008]. Table 2.4 shows some primary risks which could be produced by the robot or by the CAS software. However, a comprehensive study is needed to determine the potential hazard which may produce by the robot on the patient and the medical staff (e.g., [START_REF] Fei | The safety issues of medical robotics[END_REF], Korb et al., 2005]). Undesirable situations (e.g., unexpected system failure or sudden movement) should be avoided by applying the adequate hardware and software protections. Such protections should ensure that the tool tip does not hit the critical structures within the patient's body. It is also essential to pull out the robot easily during the unwanted situations. In addition, the robot part(s) that make(s) contact with the patient's body should be sterilized. The material of such part(s) should be bio-compatible too. Finally, the imaging system has a great impact on the safety because the image quality assists to construct the 3D surface model of patient's anatomy, to localize the infected cells and to guide the robot. Consequently, its accuracy influences the treatment outcomes and the robotic system accuracy.

Risk Analysis (risk level, and risk impact)

• Robot structure access to some anatomical locations may be infeasible due to insufficient degrees of freedom of the micro-robotic tool (low level, and medium impact) the required bending angle or radius of curvature is high to reach the entire workspace (low level, and medium impact) pull out the robot from the patient body in case of system failure without damaging critical structures (low level, and high impact) • CAS software critical structures are not visible in the available image data due to factors such as insufficient contrast or spatial resolution (medium level, and medium impact) unable to plan a safe trajectory due to space between critical anatomy with the required drill diameter (low level, and high impact) accuracy of the robotic system is insufficient (low level, and high impact) insufficient image quality for accurate image guidance (medium level, and high impact)

Table 2.4: Summary of risk analysis.

Classification of Surgical Robotic Systems

The presented classification in this section arranges the medical robotics systems into two main groups, according to the surgical applications. The first group is devoted to the otologic surgery. It presents the current robotic systems that are applied to inner and middle ear surgeries. The second group shows some examples of the technology used in different surgical applications which are helpful in the middle ear surgery. In fact, the surgical tool rigidity is a major issue that troubles the control of the tool during the operation. Therefore, the second group focuses on flexible robots (or continuum robots) which are developed to increase the tool manoeuvrability. The strengths and weaknesses of each system are shown. Besides that, the needed improvements towards an efficient cholesteatoma surgery are suggested.

Otologic surgical robotic systems

In the literature, there are two reviews which discuss the previous works done for otologic robotic systems [START_REF] Tabrizi | Robotic otology[END_REF], Dahroug et al., 2018], where [START_REF] Dahroug | Review on otological robotic systems: Toward micro-robot assisted system for cholesteatoma surgery[END_REF] is dedicated to cholesteatoma surgery. The stapedectomy surgery was the first application in the field of otologic robotic systems (e.g., [START_REF] Brett | An automatic technique for micro-drilling a stapedotomy in the flexible stapes footplate[END_REF], Rothbaum et al., 2002]). The objective of this surgery is to replace the stapes bone by an artificial prosthesis to treat conductive hearing loss. This surgery type reaches the middle ear through the external ear canal. However, a large number of otological robotic systems are dedicated to cochlear implantation for treating a sensorineural hearing loss. The surgery task is mainly composed of two stages:

i) the first one is to create a tunnel to the inner ear, and ii) the second one is to insert an electrode into the cochlea (e.g., [Clark et al., 2012, Pile andSimaan, 2014]). The first stage could be done either by performing mastoidectomy or cochleostomy procedures. The cochleostomy creates a tunnel which begins at the outer surface of the mastoid, passes through the facial recess and terminates in the middle ear nearby the region of the round window. Such a procedure may achieved by a robotic system (e.g., [START_REF] Brett | A surgical robot for cochleostomy[END_REF][START_REF] Klenzner | New strategies for high precision surgery of the temporal bone using a robotic approach for cochlear implantation[END_REF]). The aim of the latter systems is to reduce the size of the tunnel created by the mastoidectomy to a tunnel just larger than the inserted electrode (which its diameter is around 1.5 ∼ 2mm) for reaching the inner ear.

To the best of our knowledge, there is not a robotic system that is dedicated to cholesteatoma surgery. However, the applied technology in the following systems can be helpful to implement our required system. The following otological robotic systems are divided into two categories: i) the first category deals with the inner ear to perform a cochleostomy, and ii) the second one deals with the middle ear to execute a mastoidectomy or a stapedectomy.

Inner ear surgery

Some researchers from Johns Hopkins University, USA, used the Da Vinci surgical system 9 for conducting a cochlear implantation surgery [START_REF] Liu | Cadaveric feasibility study of da vinci si-assisted cochlear implant with augmented visual navigation for otologic surgery[END_REF] (Figure 2.4). Note that this commercial system was originally dedicated to urologic surgery. However, the researchers adapted it for performing mastoidectomy and guiding the electrode insertion based on images acquired from pre-operative CT images and a stereo-endoscope.

A special tool adaptor is fabricated to hold an 8mm drilling tool and to shift its axis by 30 • in order to be paralleled with the endoscope axis. In fact, it is beneficial to use

Strengths:

The master console provides a planning software and 3D environment reconstruction. This study extends its capacity by adding augmented reality for helping the surgeon. The tele-operated slave robot has a good accuracy for tool positioning. Weaknesses: This system is very expensive and its size is huge for executing small movements within the middle ear.

Improvements: Reduce size and costs. Add adequate tools for middle ear surgery.

Figure 2.4: Da Vinci system in the operation room during cochlear implantation surgery [START_REF] Liu | Cadaveric feasibility study of da vinci si-assisted cochlear implant with augmented visual navigation for otologic surgery[END_REF].

the different components of this commercial system, as its master console, its slave robot with four arms (which equipped with a driller, a 3D stereo-endoscope, and a suction/irrigation tool), a CT scanner, and its planning software. The system was tested on ex-vivo experimentations. The operation was performed in two cases: i) the first one was done on a left temporal bone, and ii) the second one was done with augmented reality on right temporal bone. The test was finished without any violation of critical structures and each side took around 160 minutes. For comparison, the current surgical intervention of cholesteatoma takes around 120 minutes by a senior surgeon, while it may take around 240 minutes by a junior surgeon. However, this system is too expensive and bulky. This is why dedicated robots were developed as shown below.

At Hannover University, Germany, another robotic system for cochlear implantation [START_REF] Leinung | Robotic-guided minimally-invasive cochleostomy: first results[END_REF], Majdani et al., 2009, Baron et al., 2010] was developed. An industrial robot (KUKA KR3) with 6-DOF is deployed to drill a tunnel through the facial recess (Figure 2.5(a)). The system is also equipped with a flat-panel volume CT and a commercial planning software iPlan 2.6 (BrainLAB AG, Feldkirchen, Germany). The planning software is used to segment the CT images with the help of five fiducial markers which are attached to the patient's skull. The planning software is also used to plan the optimal trajectory to reach the inner ear. During the operation, the system applies an image-guided control software. The navigation system detects the robot pose with the help of three markers which are attached to the robot end-effector. The star marker consists of spheres, which reflect the infrared light, and they are detected via a stereovision system with an error less than 0.35mm. The proposed system was tested on ten human cadaveric temporal bones. The results showed that nine out of ten procedures were completed without complications. The experimental tests indicated that the targeting mean deviation error was about 0.5mm, essentially due to the calibration errors. Finally, a mechatronic device was proposed [START_REF] Hussong | Conception and design of an automated insertion tool for cochlear implants[END_REF] to insert automatically Strengths: the system consists of planning software, image-guided control, optical navigation system, milling tool and insertion control of electrode Weaknesses: Industrial robot is good for testing the control laws but it is not compatible with the clinical applications. The system is only equipped with a hard tissue ablation tool. The targeting error is too large. Improvements: Reduce the robot size and increase its resolution. Develop a soft tissue ablation tool and a control software for guiding the ablation tool inside the patient body. Also, it is necessary to increase the accuracy of a navigation system, and reduce the targeting error by half its current value.

(a) (b)

Figure 2.5: (a) Robotic system for cochlear implantation [START_REF] Leinung | Robotic-guided minimally-invasive cochleostomy: first results[END_REF]; (b) device for automated insertion of the electrode [START_REF] Hussong | Conception and design of an automated insertion tool for cochlear implants[END_REF].

the electrode array inside the inner ear (Figure 2.5(b)). Other systems similar to this one are also proposed (e.g., [START_REF] Zhang | A pilot study of robot-assisted cochlear implant surgery using steerable electrode arrays[END_REF], Zhang et al., 2008]).

The next robotic platform [START_REF] Bell | A self-developed and constructed robot for minimally invasive cochlear implantation[END_REF] will overcome the drawbacks of the previous system [START_REF] Baron | Percutaneous inner-ear access via an image-guided industrial robot system[END_REF] by: i) implementing a robot structure suitable for clinical applications, and ii) reducing the optical tracking accuracy and the targeting error.

At ATORG centre, Switzerland, a prototype robotic system [START_REF] Bell | A self-developed and constructed robot for minimally invasive cochlear implantation[END_REF], Gerber et al., 2014] for stereotactic cochlear electrode implantation is developed. A mechanical driller executes a 1.8 ∼ 2mm tunnel from the surface of the mastoid, passing through the facial recess, to reach the cochlear. The different components of the system are shown in Figure 2.6. A custom-built serial robot with 5-DOF is attached to the OR (Operation Room) table due to its light weight (5.5kg). The patient's head is fixed with a non-invasive head clamp which is also attached to the OR table. A high accuracy optical tracking system (< 0.05mm) is deployed to register a pre-operative plan to the patient and to control the tool position. A planning software is also used to perform a semi-automatic segmentation of the mastoid bone, the surrounding critical anatomical structures and the target structures. In addition, it detects the registration of fiducials with sub-pixel accuracy (around 0.1mm). The system estimates the tool position continuously based on the relation between the force applied by the driller and the bone density [Williamson et al., ] during the drilling stage in order to add additional safety Strengths: The robotic system is suitable for realistic clinical applications, especially for creating a tunnel to the tympanic cavity. It also presents a good optical tracking accuracy and targeting error. Weaknesses: The system is not prepared for performing the second phase of cholesteatoma surgery. It is missing soft tissue cutting tool, bendable end-effector, imaging tool for detecting cholesteatoma and control software for guiding the robot during the second phase. Improvements: Bendable ablation tool for removing soft tissue and imaging tool should be added. A mechatronics device for exchanging between tools would be beneficial. [START_REF] Bell | A self-developed and constructed robot for minimally invasive cochlear implantation[END_REF].

Strengths: Proof of concept to perform a laser bone removal guided by an OCT imaging system. The system accuracy is good. Notable patient tracking system by using OCT. Weaknesses: The system setup has a big size and it is difficult to use in real clinical applications. For creating the tunnel to the tympanic cavity would take too long by using laser, but it is good for targeting small areas with high accuracy. Improvements: The laser and OCT tools should be integrated into a bendable end-effector for increasing the system dexterity. criteria. The monitoring of facial nerve [START_REF] Ansó | Feasibility of using emg for early detection of the facial nerve during robotic direct cochlear access[END_REF] is also employed to ensure its safety during the drilling stage. This robotic system was tested on eight human head and the experiments showed 0.18mm mean accuracy [START_REF] Bell | In vitro accuracy evaluation of image-guided robot system for direct cochlear access[END_REF].

Furthermore, at the Karlsruhe Institute of Technology, Germany, a study was conducted [Zhang et al., 2014] [Zhang andWorn, 2014] to perform a laser cochleostomy ablation guided by an OCT. The laser advantage is to provide a clean cut on the bone with no significant thermal injury to the surrounding tissue. The laser allows also a contactless removal of the bone tissue in the absence of any mechanical stress onto the fragile structures, compared to the conventional surgical burrs. It is also considered to be safer for the patient by generating much less bone-debris and reducing the risk of inflammatory tissue. However, the surgical burr drill is quicker to execute a large hole compared to the laser.

In fact, an OCT is located coaxially to the laser tool in order to detect the laser spot position. The system setup is shown in Figure 2.7. This special setup is arranged in this configuration in order to overlap the working space of both systems (i.e., OCT and laser) with the help of beam combiner. It is also helpful to control the laser ablation and the OCT scanning simultaneously: the laser pulses is guided according to the thickness of the residual bone layer above the critical structure. A novel tracking system is proposed by locating small laser-ablated landmarks surrounding the cochlea. Such a tracking system is used to track the small displacements of the patient head during the intervention. An ex-vivo experimental evaluation on cadaver cochleas was achieved. The preliminary measurements in OCT scans indicated that the mean absolute accuracy of tunnel shape was around 20µm.

At Vanderbilt University, USA, a robotic system, named Microtable (Figure 2.8(a)), was proposed for executing cochleostomy. The Microtable was designed to be attached to the patient's head and it is customized for each patient based on the planned trajectory. Therefore, this new strategy is good; since the patient tracking error will be eliminated. In addition, the advantage of this modality is achieved due to the rapid prototyping fabrication technique. The fabrication of the template is quick, takes around six minutes, then the template is sterilized. A custom planning software is applied to define the drilling trajectory. It also collects the pre-operative CT images for an automatic segmentation process with an accuracy of approximately 2 voxels [START_REF] Noble | Automatic segmentation of the facial nerve and chorda tympani in ct images using spatially dependent feature values[END_REF] (for image resolution around 0.3 × 0.3 × 0.4mm 3 ). The mean error to identify temporal bone anatomy varies 0.5 ∼ 0.3mm [START_REF] Noble | Automatic identification and 3-d rendering of temporal bone anatomy[END_REF]. The software is also used to optimize the linear trajectory. Some tests were performed on a phantom model and the results showed a mean drilling accuracy to reach the target of 0.37 ± 0.18mm.

The concept of Microtable was extended to perform automatic percutaneous cochlear implantation [START_REF] Kratchman | Design of a bone-attached parallel robot for percutaneous cochlear implantation[END_REF] with a parallel robot (Figure 2.8(b)). In-vitro and ex-vivo experiments were conducted and the targeting error is 0.2 ± 0.07mm and 0.38mm, respectively.

Strengths:

The system provides good targeting error. The robot attached to the bone eliminates all the needs to track patient's movements. Weaknesses: The system segmentation error is quite high. Soft tissue ablation tool, diagnostic imaging tool and bendable end-effector are missing. It would be difficult to exchange between the different tools with the current configuration. Improvements: Add adequate tools for middle ear surgery, as imaging, biopsy and soft tissue cutting tools. It is also helpful to modify the current design to easily exchange between the different tools. 

Middle ear surgery

At Vanderbilt University, USA, two robotic systems were proposed to perform mastoidectomy [START_REF] Danilchenko | Robotic mastoidectomy[END_REF], Dillon et al., 2014]. Both system are equipped with a CT scanner and a planning software for segmentation of anatomical structures and registration procedure. On one side, the proposed system in [START_REF] Danilchenko | Robotic mastoidectomy[END_REF] is named OTOBOT. It consists of an industrial robot (Mitsubishi RV-3S) and a custom-built end-effector to hold the surgical driller. It is also equipped with an optical tracking system to measure the current pose of both the robot and the patient. The optical markers are fixed on the end-effector and on the patient (Figure 2.9(a)). The accuracy of the tracking system is around 0.25mm [START_REF] Baron | Percutaneous inner-ear access via an image-guided industrial robot system[END_REF]. Ex-vivo experiments were conducted to evaluate the system performances on three temporal bones.

The results showed 0.6mm maximum error and the percentage of removed volume on each temporal bone were 97.7%, 99.99% and 96.05% of the planned volume, respectively. On the other side, the proposed system in [START_REF] Dillon | Preliminary testing of a compact bone-attached robot for otologic surgery[END_REF] used a different strategy to execute the mastoidectomy. This strategy is similar to Microtable, where a custombuilt 4-DOF serial robot is attached to the temporal bone. This robotic configuration eliminates the need for optical tracking system (Figure 2.9(b)). An in-vitro test was Strengths: The bone-attached robot [START_REF] Dillon | Preliminary testing of a compact bone-attached robot for otologic surgery[END_REF] does not required optical tracking system. Weaknesses: Only the bone ablation tool is available in both systems. The components of [START_REF] Danilchenko | Robotic mastoidectomy[END_REF] are not adapted to clinical applications and the tracking error is relatively large. The system [START_REF] Dillon | Preliminary testing of a compact bone-attached robot for otologic surgery[END_REF] cannot manipulate tools in the middle ear through the external ear canal. Improvements: Add soft tissue ablation tool for both systems. Reduce the size of optical marker of system [START_REF] Danilchenko | Robotic mastoidectomy[END_REF] and the tracking error. Improvements: Add the required tools and a mechatronics device for exchanging between tools. A planning software is necessary to carry out automatically the mastoidectomy.

In the end, the collaborative control would be useful during the cholesteatoma removal process.

Figure 2.10: Configuration of robotic system mastoidectomy [START_REF] Lim | Image-guided robotic mastoidectomy using human-robot collaboration control[END_REF].

done on a phantom model and the drilling test showed 0.5mm mean accuracy.

At Hanyang University, South Korea, another image-guided robotic system was proposed to perform mastoidectomy [START_REF] Lim | Image-guided robotic mastoidectomy using human-robot collaboration control[END_REF]. A special kinematic structure of 5-DOF serial robot (Figure 2.10) was introduced in order to impose physical constraints on the surgical tool (i.e., the fulcrum effect). An optical tracker and a navigation soft-ware are also used. Such a software provides a warning mode when the driller approaches critical structures (e.g., the facial nerve). The safe margin was set to 3mm which is relatively large with respect to the target application. The system allows also a human-robot collaboration control to compensate the hand tremor.

Strengths: Good tools for middle ear surgery, as micro-scissor or laser, driller and endoscope. A specific kinematic structure that allows manipulating tools within the middle ear through the natural orifice of the external ear canal. Tele-operated robot allows eliminating the surgeon's hand tremor. Weaknesses: The rigid tools are ideal to work in the middle region of tympanic cavity (i.e., atrium/mesotympanic) but they cannot reach the upper or lower regions (i.e., attic/epitympanic recess or hypotympanic) where cholesteatoma often develops. Improvements: The end-effector has to gain some bending characteristics in order to reach the different regions of tympanic cavity and avoid the critical anatomical structures. Adding the possibility to get into the middle ear through the temporal bone and a planning software is needed. Adequate tool for cholesteatoma ablation is also required and the control software for its navigation and its automated guidance. At ISIR (Institut des Systèmes Intelligents et Robotique), France, a tele-operated robotic system was proposed for carrying out a stapedectomy surgery through the external ear canal [START_REF] Miroir | Design of a robotic system for minimally invasive surgery of the middle ear[END_REF], Miroir et al., 2010[START_REF] Nguyen | From conception to application of a tele-operated assistance robot for middle ear surgery[END_REF]. RobOtol is the name of this assistant system and it consists of a slave robotic arm and a master joystick (Figure 2.11). The system is designed to use three robotic arms simultaneously, whereby each arm has 6-DOF and its dimensions are optimized for middle ear surgery. The special kinematic structure of each arm allows enhancing the field of vision provided to the surgeon for performing more complex gestures. These arms are moved by the surgeon via the joystick, while the surgeon looks to middle ear structures by using either a conventional otomicroscopy or a 4mm endoscope. During the procedure, the surgeon Chapter 2 removes the stape bone and drills a hole of 0.5mm into the incus bone. Afterwards, the surgeon attaches the prosthesis between the incus bone and the round window of the inner ear. Such a procedure requires a force that varies between 0.7N to 3N .

Strengths: MMS could exchange between the standard surgical tools, while MMTS could switch between endoscope, driller or MMS. Coupling between coarse and fine motions is a good feature for achieving a wide workspace with precise displacements. Weaknesses: MMTS is not precise without MMS which provides rigid tools. Planning, tracking and navigation software are missing. Improvements: Increase the accuracy of macro-manipulator of MMTS in order to drill the tunnel to middle ear with high precision. A planning software is also required. Add bendable cholesteatoma ablation and imaging tools, and its guidance control software. At München University, Germany, another tele-operated system was developed for stapedectomy, named Micromanipulator System (MMS-II ) [START_REF] Maier | A new micromanipulator system for middle ear surgery[END_REF]. MMS-II allows the surgeon to manipulate standard surgical instruments within the middle ear. It consists of a small manipulator with 4-DOF and a control console with two joysticks (Figure 2.12(a)). It provides also a measuring feature to determine exactly the distance between the stapes and the incus for deciding the required prosthesis length [START_REF] Maier | Distance measurement in middle ear surgery using a telemanipulator[END_REF]. In fact, the surgeon needs to touch both anatomical structures by using the microinstrument, then the system calculates and visualizes their relative distance. The system standard deviation error to position the tool-tip is around ±0.02mm.

Another system was proposed to enhance the workspace and the features of the MMS-II system, and it named Micro-Macro Telemanipulation System (MMTS ) [START_REF] Entsfellner | Development of universal gripping adapters: Sterile coupling of medical devices and robots using robotic fingers[END_REF] (Figure 2.12(b)). This new version consists of: i) a joystick console which is fixed on the operation table, ii) a macro-manipulator arm (i.e., 6-DOF with 1.6mm positioning accuracy) for large displacement, and iii) robotic fingers which hold the gripping adaptor. Such adaptor is designed for gripping different tools (e.g., micromanipulator MMS-II for fine movement, endoscope or driller). In addition, the system is equipped with four force sensors for measuring the applied force at the instrument tip.

the Robotic Ear Nose and Throat Microsurgery System (REMS ) [START_REF] Olds | Preliminary evaluation of a new microsurgical robotic system for head and neck surgery[END_REF], which is similar to MMS-II and MMTS, was also proposed to manipulate standard rigid tool during an otolaryngologic procedure. All previous systems are good for manipulating the standard surgical tools but their rigidity represents a challenging problem for the surgeon to reach the lateral region within the middle ear cavity through the small entry orifice.

To overcome this problem, a bendable endoscope was in [START_REF] Fichera | Through the eustachian tube and beyond: A new miniature robotic endoscope to see into the middle ear[END_REF], at Vanderbilt University, USA, to visualize the cholesteatoma within the middle ear cavity. The proposed system was originally implemented for the eye surgery [START_REF] He | Iris: Integrated robotic intraocular snake[END_REF][START_REF] York | A wrist for needle-sized surgical robots[END_REF]. However, the novel wrist consists of a nitinol tube with several asymmetric cutouts (Figure 2.13). The tube bends with the actuation of a single tendon (i.e., the angle θ in Figure 2.13). The tube can also translate along one axis and it rotates about its central axis. The outer diameter can be miniaturized below 2mm. A phantom model of the middle ear cavity was fabricated by a 3D printer. The experimental work showed that the proposed bendable endoscope increased the visibility of sinus tympani region by 74.16%, compared with a straight endoscope which has a visibility of the same region by 6.9%.

The next part shows some additional examples from other surgical applications which apply bendable tools throughout the interventions.

Strengths: A bendable actuated endoscope. The outer diameter of the tube and its curvature are relatively small. Weaknesses: The ablation tools and the planning software are missing. Improvements: Integrating a planning software and some ablation tools for the hard and soft tissue. A mechatronics device is needed to facilitate the exchange between the imaging and the ablation tool. Try to reduce the tube curvature by modifying the cutouts shape. 

Non-otologic bendable surgical robotic systems

The main purpose of the following robotic systems is to perform minimally invasive surgeries by using a bendable distal tool. The continuum robotics is a vast and an active Chapter 2 research topic [START_REF] Webster | Design and kinematic modeling of constant curvature continuum robots: A review[END_REF], Walker, 2013, Burgner-Kahrs et al., 2015], especially during the last two decades. Therefore, this part presents some examples for the most frequent actuation sources (i.e., concentric tubes and tendon-driven) used in non-otological surgeries. In fact, the technologies used by these systems are useful to develop a suitable system for the middle ear surgery.

Strengths: Concentric tube configuration increases the surgical instrument dexterity. The system supply various tool types, as suction/irrigation tool and endoscope. Weaknesses: The tube curvature is too large with respect to the ear dimensions. The actuation unit is bulky. The ablation tool for hard and soft tissues are missing. Improvements: The end-effector diameter and its curvature should be reduced, and the forceps replaced by an adequate ablation tool. The actuation unit must be shrunk. The endeffector should be mounted on a robotic manipulator to increase its workspace. Endonasal surgery: A bendable end-effector was proposed for endonasal surgery [START_REF] Burgner | A bimanual teleoperated system for endonasal skull base surgery[END_REF], Swaney et al., 2012]. The structure of flexible tool is based on concentric tube configuration. The idea of concentric tube is to arrange elastic tubes in a telescopic manner. The base tube should be a straight one and the others are precurved. By sliding and/or rotating the last tubes with respect to the base tube, the tool tip could reach different positions in the space. The proposed system in [START_REF] Swaney | Design of a quadramanual robot for single-nostril skull base surgery[END_REF] has four arms. One arm holds a camera, two arms manipulate forceps tools and the last arm is dedicated to the suction/irrigation tool (Figure 2.14). Each arm had an outer diameter of 4mm. The robot is designed to reach a velocity of 4cm/second with 0.7N maximum force and 0.25N m maximum torque.

Cardiac surgery: This surgery type is widely investigated by research works, as well as by the commercial systems. The available cardiac surgical robots are characterized by a high flexibility and the latest ablation tools technology. The following systems provide a good inspiration for designing the required system.

On the research side, a novel tele-operated robotic tool was proposed to enable a tissue removal from inside the beating heart [START_REF] Gosline | Metal mems tools for beating-heart tissue removal[END_REF] (Figure 2.15). The MEMS (Micro Electro Mechanical System) tool is described early in Section 1.2.5. However, Strengths: The robot has a bendable endeffector (concentric tube configuration) and a remarkable ablation tool for soft tissue.

Weaknesses:

The end-effector is not equipped with a hard tissue removal tool nor with an imaging tool. The tool outer diameter and its curvature are large. A planning software is not mentioned. Improvements: Miniaturization of the endeffector is needed. Adding a planning and a navigation software are required.

Figure 2.15: The ablation tool integrated with the concentric tube robot [START_REF] Gosline | Metal mems tools for beating-heart tissue removal[END_REF].

Strengths: The robot structure is compact and flexible in the operation room. The endeffector is actuated by a cable-driven and it has a small outer diameter. The master console also supplies the surgeon with a planning and navigation software. Weaknesses: The inner catheter is not hollow and it cannot hold some tools, for instance fibre-based imaging system (e.g., OCT or confocal probe), driller, suction/irrigation or laser tools. The bending radius is large which is not compatible with the middle ear cavity dimensions. Improvements: Modify the end-effector and integrate an adequate tool for cholesteatoma surgery, such as ablation tool and imaging tool. Reduce the bending radius. this tool is integrated with a steerable concentric tube robot which has a single tube driven by a 2-DOF stage (i.e., one rotation and one translation).

On the commercial side, Hansen Medical 10 , USA, has developed a robotic catheter system named Sensi [START_REF] Riga | Evaluation of robotic endovascular catheters for arch vessel cannulation[END_REF]. It is incorporated with a flexible and cabledriven catheter called Artisan [START_REF] Camarillo | Mechanics modeling of tendon-driven continuum manipulators[END_REF]. The system is also equipped with a master-slave electromechanical mechanism, as well as a planning and navigation software. The workstation console allows the surgeon to guide and visualize the robotic catheter (Figure 2.16(a)). The integrated Artisan control catheter comprises an inner and an outer guide catheters which create a sharp bending radius of 10mm (Figure 2.16(b)).

Chapter 2 Indeed, the inner guide is steerable and it is characterized by a diameter of 2mm and a 270 • bending angle, while the outer guide is passive with a maximum bending angle 90 • .

Guidelines for The Micro-Robot-Assisted Cholesteatoma Surgery

The current state of otologic robotic systems, as well as the ideal requirements and specifications for micro-robotic assisted cholesteatoma surgery are presented in the above sections. Consequently, this section shows the guidelines, based on the current technology, for designing and implementing the required system.

Clinical

The required robotic system must offer an accurate diagnostic and perform a minimally invasive surgery. Consequently, the treatment outcome must be amplified by: i) reducing the time, cost and hospitalization stay, and ii) eliminating the second-look operation. The patient's safety occupies the first priority during the design process of the desired medical robotic system. Therefore, a detailed study about the danger that may happen during the operation is mandatory.

Imaging tool: The imaging tools play an important role during the diagnostic and the treatment phases, especially for detecting the residual cholesteatoma cells. It is indeed required to remove completely these cells during the first intervention. The standard otological microscopy is not a good visual tool throughout the intra-operative phase due to its restricted FOV. In fact, it is unable to visualize the lateral cavities of the middle ear. Therefore, the use of endoscope reduces the percentage of residual cholesteatoma [Sajjadi, 2013]. Still, the surgeon cannot visualize all the hidden infected cells by using the previous visual tools due to the lack of controllability.

CT and MRI are non-invasive techniques which are essential during the pre-operative phase for differentiating between tissue types. They are also helpful to reconstruct a 3D surface model of the patient's middle ear. However, CT is not suitable for guiding a tool in real-time during the intra-operative phase due to its radiation hazard [START_REF] Maurin | A new robotic system for ct-guided percutaneous procedures with haptic feedback[END_REF]. In fact, CT is useful for imaging hard tissues but MRI is a functional tool for detecting soft tissues (i.e., cholesteatoma cells) [START_REF] Kösling | Ct and mr imaging after middle ear surgery[END_REF]. Despite that, MRI is not useful during the intra-operative phase because it cannot detect cholesteatoma cell aggregates that are smaller than 3mm [START_REF] Mcjunkin | Clinical utility of mri for cholesteatoma recurrence[END_REF]. Figure 2.17 demonstrates that the CT and MRI cannot satisfy the latter criteria while the confocal microscope (fluorescence imaging) has the best resolution compared to the others methods. The fluorescence technique could also reach a very small diameter (e.g., the commercial confocal endomicroscopy Cellvizio12 ). It provides yet a 2D image in real-time with few micro-meters in depth. The tympanic cavity should also be stained with a contrast agent for distinguishing between cells types [START_REF] Levy | Optical imaging with a high-resolution microendoscope to identify cholesteatoma of the middle ear[END_REF].

A 3D image in real-time with a micro-scale resolution could be obtained by OCT or ultrasound. These two technologies are promising imaging techniques for otological applications. On the one side, the ultrasound needs a coupling medium (e.g., fill out the tympanic cavity with water [START_REF] Brown | High-frequency ex vivo ultrasound imaging of the auditory system[END_REF]) to improve the wave propagation. Moreover, its technology needs to be pushed up for achieving a small probe diameter (i.e., its diameter around 1mm [START_REF] Torbatian | Imaging the auditory system: A new application of highfrequency ultrasound[END_REF] or even smaller). On the other side, fibre-based OCT can easily attain small diameter. Both techniques (i.e., OCT and ultrasound) need although an additional micro-system for sweeping and constructing the region of interest.

Ablation tool: A standard driller is needed to create the tunnel through the mastoid bone to reach the middle ear cavity. However,the new excision tool must be flexible enough to solve the rigidity issue of the standard ablation tools. It should reach the different regions within the middle ear without the need to become invasive.

Chapter 2

The MEMS technology could produce a micro-cutting tool for extracting the majority of cholesteatoma debris (e.g., [START_REF] Gosline | Metal mems tools for beating-heart tissue removal[END_REF]) while the laser or ultrasound is useful for removing the small residual cells of cholesteatoma. However, it is difficult to achieve a flexible probe based on ultrasound. On the contrary, a laser ablation tool for cholesteatoma already exists commercially 13 .

At the end, an optimal solution could use a fibre-optic cable which integrates imaging and ablation characteristics which has the advantages to reduce the exchange time between the different tools. The laser cable used to remove the tiny residual cells. The same cable can be used to combine an OCT and fluorescence in order to achieve a good resolution with enough depth for detecting the residual cells.

Engineering

Robot structure: The robotic structure is mainly composed of two sub-parts: i) the manipulator, and ii) the end-effector.

Robot's manipulator : It holds the end-effector and it provides a large (macro) displacement. The manipulator could be semi or fully automated. Thus, an important feature is that the surgeon can use the otological microscope while the robot is performing a task (e.g., [START_REF] Miroir | Robotol: from design to evaluation of a robot for middle ear surgery[END_REF]). The manipulator structure should also have at least 4-DOF to execute a task through the incision hole (i.e., to achieve the RCM constraints). Indeed, if the structure has additional DOF, it leads to redundancy [START_REF] Maciejewski | [END_REF]Klein, 1985, Siciliano, 1990]. The redundant manipulator occurs when its joints number (joints DOF) is greater than those required to execute a given task. Such a task could be any kinematic or dynamic goal. The advantage of redundancy is to increase the manipulator dexterity which is helpful to avoid singularities, joints limits, workspace obstacles and optimize performance (e.g., by minimizing joint torque or energy).

The manipulator workspace should be optimized (e.g., [START_REF] Faraz | Synthesis and workspace study of endoscopic extenders with flexible stem[END_REF]) in order to conclude the reachable and the dexterous workspaces. On the one side, the reachable workspace is defined as the set that collects all points attained by the endeffector in a 3D space. On the other side, the dexterous workspace is the set of points that could be reached by the end-effector with various orientations.

Robot's end-effector : It grips the surgical tool (i.e., the ablation and imaging tools) and it provides a fine (micro) displacement. Therefore, it must be hollow to allow passing through the different instruments (e.g., suction, irrigation, laser or OCT). Moreover, the end-effector must be flexible enough (i.e., at least two rotations and one translation, for instance [START_REF] Fichera | Through the eustachian tube and beyond: A new miniature robotic endoscope to see into the middle ear[END_REF]) to navigate within the middle ear cavity as shown in Figure 2.18. Indeed, a 3-DOF flexible robot can reach the different points within a convex cavity. A convex region is defined as a space where every point within this space set can be connected to the other points with a straight line and this line is included in the space set, while a non-convex region is the space that does not satisfy the latter condition and a portion of the straight line does not include within the space set. For instance, the point a in Figure 2.18 can reach any other point within the light The actuation sources for the distal tool tip are many. They could be classified as either intrinsic or extrinsic types [START_REF] Burgner-Kahrs | Continuum robots for medical applications: A survey[END_REF]. Intrinsic actuators are embedded within the end-effector structure, for instance pneumatic [START_REF] Chen | Sensor-based guidance control of a continuum robot for a semi-autonomous colonoscopy[END_REF], hydraulic [Ikuta et al., 2006, De Volder andReynaerts, 2010], smart material or magnetic fields [START_REF] Carpi | [END_REF]Pappone, 2009, Clark et al., 2012]. On the contrary, extrinsic actuators are outside the structure and the actuator force should be transmitted through mechanical components, such as cable-driven [START_REF] Camarillo | Mechanics modeling of tendon-driven continuum manipulators[END_REF] or concentric tube [START_REF] Webster | Design and kinematic modeling of constant curvature continuum robots: A review[END_REF]. Table 2.5 summarized the different actuation sources applied for a flexible robot. However, this table should be completed in the future work in order to be more specific.

The available technology of pneumatic or hydraulic actuators is characterized by a large diameter compared to the required dimensions for the middle ear. In fact, more research efforts are needed to reach smaller dimensions.

The family of smart materials is wide and it contains of various subtypes (e.g., piezoelectric [START_REF] Gu | Modeling and control of piezo-actuated nanopositioning stages: a survey[END_REF], Shape Memory Alloy (SMA) [START_REF] Krulevitch | Thin film shape memory alloy microactuators[END_REF], Jani et al., 2014], and Electro-Active Polymers (EAP) [START_REF] Shoa | Conducting polymer based active catheter for minimally invasive interventions inside arteries[END_REF], Chikhaoui, 2016]). Piezoelectric actuators operate with a very high voltage in order to achieve very small deformations. It has also fast response time but it is crucial during the control to eliminate both vibration and hysteresis effects. SMA actuators can support heavy payload Table 2.5: A comparison between the actuation sources of bendable tool. The abbreviation stand for: SMA (Shape Memory Alloy), EAP (Electric Active Ploymers), and can be miniaturized. However, their main drawbacks are: i) the generated heat during the operation, and ii) the fabrication of required end-effector is not an easy task. EAP actuators consume less operation voltage compared to SMA actuators and their deformation is also larger.

Concentric tube robots have two main problems: i) a high bending radius, and ii) the snapping effect [START_REF] Kim | Toward a solution to the snapping problem in a concentric-tube continuum robot: Grooved tubes with anisotropy[END_REF], Gilbert et al., 2016] which is not desirable within the tiny space of middle ear. The snapping problem occurs when the tube actuator accumulates a torsion energy due to the friction between the actuated tubes, then this accumulated energy is suddenly released which causes the robot to snap to a remote position.

Cable-driven actuator could achieve high bending angles (e.g., [START_REF] Camarillo | Mechanics modeling of tendon-driven continuum manipulators[END_REF][START_REF] He | Iris: Integrated robotic intraocular snake[END_REF][START_REF] York | A wrist for needle-sized surgical robots[END_REF]), despite the fact that the cables occupy space within the hollow shaft. As a result, they reduce the space for inserting a tool through the hollow shaft. It is also necessary to prevent tendon slack during the control.

Magnetic actuation had the advantage to manipulate the end-effector without contact (e.g., [START_REF] Carpi | [END_REF]Pappone, 2009, Clark et al., 2012]). Consequently, the end-effector distal tip should be made of a ferromagnetic material or consist of a permanent magnet. A separate study should also be conducted for the electro-magnetic design, modelling and control; since it is risky that the patient exposed to a high magnetic field (> 4T ) [Schenck, 1992].

There is a trade-off between the actuator choice for the end-effector and the design requirements. A possible solution is to combine two actuation types, for instance cabledriven to achieve some flexibility in the middle ear cavity, while magnetic fields to attain more flexibility within the tympanic cavity with small shaft diameter.

Finally, the structure of the flexible robot should be optimized (e.g., [Xu andZheng, 2012, Burgner et al., 2013]). Such a study will allow determining the optimal number of DOF and the catheter optimal length.

Computer-assisted surgery: The CAS software consists of proprioceptive and exteroceptive sensors, controllers and communication interface. The proprioceptive sensors (e.g., joint and/or force sensors) collect data about the internal state of the robot. The absolute pose (position and orientation) of the tool tip could be estimated from this data. Figure 2.19(a) shows the control approach which uses the proprioceptive sensors. Such a controller is implemented in the joint-space which represents the low-level robot control for solving the inverse kinematic issue. However, this approach cannot take into account the environment uncertainty, whereas the robot works blindly because it depends only on its proprioceptive sensors.

Another approach is the image-guided control [Peters, 2006, Cleary andPeters, 2010] which uses an imaging source for comparing the reference images with the acquired ones, as the surgeon perception sense (Figure 2.19(b) and (c)). The imaging source (e.g., CT [START_REF] Maurin | A new robotic system for ct-guided percutaneous procedures with haptic feedback[END_REF], MRI [START_REF] Greigarn | Task-space motion planning of mri-actuated catheters for catheter ablation of atrial fibrillation[END_REF], OCT [Zhang et al., 2014 ultrasound [START_REF] Vitrani | Automatic guidance of a surgical instrument with ultrasound based visual servoing[END_REF] and/or camera(s)) acts as an exteroceptive sensor which provides informations about the external environment. The exteroceptive sensing allows knowing the relative pose of the tool tip with respect to the organ, which is more useful than to know the absolute pose. However, the control approach of Figure 2.19(b) consumes time due to the registration process which is essential to correlate the preoperative images with the patient on the operation table. This process is used when the exteroceptive sensor is not compatible for real-time control applications (e.g., MRI or CT). This control strategy is often named "look-then-move" and it is usually used for a stereotactic surgery. Besides that, the image-guided approach can combine different imaging modality in order to visualize various data for the surgeon with the help of virtual reality and 3D rendering. These advanced techniques require a huge computational capacity and time.

The usage of a visual servoing control approach [Hutchinson et al., 1996, Chaumette andHutchinson, 2006] eliminates the need for the registration process because it uses directly the images information in the feedback loop (Figure 2.19(c)). Indeed, the exteroceptive sensor is compatible for real-time applications (e.g., camera, endoscope, OCT, etc.), where the control strategy is often called "look-and-move". Further, this approach is only prone to the velocity errors in the control forward path which are compensated by the image-based feedback loop. Therefore, the registration errors are eliminated and the cycle time is noteworthy reduced. Consequently, a visual servoing control scheme is a good candidate to guide the robot's movements.

Conclusion

To the best of our knowledge, there is not a robotic system that is capable to perform cholesteatoma surgery. The implementation of an efficient and reliable assisted microrobotic system dedicated to cholesteatoma surgery is not an easy task. It indeed requires expertise in various domains; since it is an interdisciplinary research topic.

On the clinical side, the chapter begun by providing a detailed information about the cholesteatoma disease, its diagnostics, as well as its treatment which is a surgical procedure. As a result, an investigation on the diagnostics imaging technique which is applicable during the intra-operative phase is needed. This imaging tool is necessary to detect the residual cholesteatoma cells. A separate study is also required to study in details the safety of the new clinical protocol on the patient and the surgical staff. It is also needed a separate study in order to determine exactly the values of the required accuracy, velocity and forces.

On the engineering side, the miniaturization issue is a big scientific and technical challenge, especially for a tiny workspace as the middle ear cavity. Consequently, the chapter presented the different robotic systems dedicated to the inner ear and the middle ear. It also showed some medical robotic systems from other surgical applications, the technology of which could be used, with some adaptations, for the middle ear surgery. These systems are summarized in Table 2.7. In short, the new robotic system should be ergonomic and overcome the rigidity problem by designing a flexible micro-tool (Table 2.6). This flexible robot provides various functions in order to alternate between: i) the ablation task (i.e., hard tissue during the tunnel drilling and soft tissues during the cholesteatoma excision), and ii) the imaging task (i.e., scan the surrounding environment, search for cholesteatoma cells and guide the excision process). A good control strategy of the tool tip with a high accuracy and dexterity is also needed for increasing the visibility within the middle ear cavity. This high-level control is the link between the robot structure and the user.

Thereby, the remaining of the manuscript is dedicated to the control issues. Nowadays, there are various manipulators that are available commercially with their low-level controller. Such a controller allows transforming the control position or velocity from the Cartesian-space into the control commands for the manipulator's joints (i.e., the classical robotic problem of inverse kinematics, from the task-space to the joint-space). However, a high-level controller for performing some complex surgical tasks is not well defined by means that the realization of trajectories under the anatomical constraints. Therefore, the next chapter begins by describing geometrically these constraints. Minimal invasive surgical robotic systems enter the human body either from a natural orifice or a created orifice. In both cases, the robot must avoid any damage to the incision walls and the anatomical structures within the patient body.

The majority of medical applications (e.g., laparoscopic [Osa et al., 2010, Dalvand and[START_REF] Dalvand | Remote centre-of-motion control algorithms of 6-rrcrr parallel robot assisted surgery system (pramiss)[END_REF] and eye [START_REF] Fleming | Cooperative robot assistant for retinal microsurgery[END_REF], Ida et al., 2012] surgeries) consider that the incision hole size has almost the same diameter as that of surgical tool. Consequently, the tool linear motion is restricted along the two axes that span the plane surface formed at the incision point (Figure 3.1(a)). The instrument can rotate around the incision point (or trocar point) and can translate only along the penetration axis that is perpendicular on the plane surface (i.e. the y-axis as depicted in or fulcrum effect. Nevertheless, the bilateral assumption is not valid during others surgeries types (e.g., nose [START_REF] Swaney | Design of a quadramanual robot for single-nostril skull base surgery[END_REF] and ear [START_REF] Miroir | Robotol: from design to evaluation of a robot for middle ear surgery[END_REF], Entsfellner et al., 2013] surgeries) where the orifice size is bigger than the tool size and it forms a cylinder around the instrument. In this case, the tool can translate into the hole before it hits the orifice wall (Figure 3.1(b)). We will refer to this restricted motion as UCM (Unilaterally Central Motion).

From a mathematical point of view, the unilateral constraint is considered as a system of linear/non-linear inequalities, where the system function should be positive or negative (i.e., f (x) ≤ 0 or f (x) ≥ 0, see Figure 3.2(b)). On the opposite, the bilateral constraint is considered as a system of linear/non-linear equalities, where the system function must be equal to zero (i.e., f (x) ≤ 0 and f (x) ≥ 0 ⇔ f (x) = 0, see Figure 3.2(a)).

By applying the previous concept on the RCM/UCM movements, the system transfer function is defined as the linear distance (f (x) = d( w M e )) which depends on the tool pose ( w M e ). As shown in represents the distance d max as the length between two opposite points onto the incision wall. The UCM constraints must satisfy that 0 ≤ d ≤ d max .

In clinical applications, the surgical task is a complex job (e.g., suturing a wound, scanning a region of interest or excising some tissues). One way to define a complex surgical task is by assembling several subtasks. The notation subtask (or a small task) is used to indicate that the task DOF (Degree Of Freedom) is smaller than the DOF provided by the robot kinematic structure. For instance, the RCM subtask needs 4-DOF while a general purpose robot has a 6-DOF. Thereby, the redundancy paradigm [START_REF] Maciejewski | [END_REF]Klein, 1985, Siciliano, 1990] and the task priority technique [START_REF] Nakamura | Taskpriority based redundancy control of robot manipulators[END_REF] are raised. Such topics are detailed in the next Chapter 4, along with the description of other subtasks (i.e., 3D path following scheme). In other words, the global objective is performing the RCM or the UCM movements which represent the first subtask. The latter subtask should be accomplished alongside a secondary subtask (i.e., 3D path following control) in order to finish the complex surgical task.

Therefore, this chapter is dedicated to describe the RCM and the UCM subtasks which are discussed in Sections 3.1 and 3.2, respectively. The proposed solution does not impose a special structure for the robot structure. Indeed, the proposed software controller restricts the motion of a general purpose robot (i.e., a serial or a parallel robot). In addition, the proposed controller is formulated in the task-space (or Cartesian-space) which is helpful to be easily integrated with different robotic systems; since it uses an exteroceptive sensor for determining the relative pose of robot's end-effector with respect to the target object, and then it sends the control velocity to the robot's low level controller. Such a low-level controller allows mapping the task control velocity to the joint-space. This mapping is a classical robotic issue and it is defined by the robot's manufacturer. The proposed controller guides also a rigid surgical tool which could be either a straight or a curved one. At the end of this chapter, Section 3.3 presents the developed numerical simulator in order to validate the proposed controller. 

Bilateral Constrained Motion

In the literature, there are a lot of works which demonstrate how to achieve the RCM movements by constructing a specific kinematic structure (Figure 3.4). The authors in [START_REF] Kuo | Kinematic design considerations for minimally invasive surgical robots: an overview[END_REF] discussed the kinematics considerations that should be taken into account during the design process of an RCM mechanism. The latter mechanism has the advantage of protecting the incision wall from any sudden lateral hits; since the kinematic structure constrains the physical motion in order to be pivoted about the incision point. However, it does not provide enough flexibility to change the location of penetration point. In addition, the control software formulates the RCM constraints in the joint-space which is particular for the robot structure. This section is concerned to achieve the RCM movement with an alternative solution. Such a solution is based on the implementation of an accurate and a repeatable software controller for performing the RCM movement without the need for a specific kinematic structure. This complex controller has the advantage of modifying the robot motion in order to follow the trocar point with a high flexibility. The proposed controller is also formulated in the task-space which can be applied on different robots, regardless their structure (e.g., serial [START_REF] Osa | Framework of automatic robot surgery system using visual servoing[END_REF] or parallel [START_REF] Dalvand | Remote centre-of-motion control algorithms of 6-rrcrr parallel robot assisted surgery system (pramiss)[END_REF] robot). The essential condition is that the robot DOF should be equal or greater than 4-DOF. Additionally, the proposed controller is formulated by two methods: i) a geometric method which is applicable to a straight tool, while ii) an algebraic method is usable for straight or curved tools. Section 3.1.2 will detail the proposed controller but let us begins first by the previous works in literature. 

Previous works in literature

There are different reported methods in the literature to formulate a RCM controller as: i) an extended Jacobian with quadratic optimization [START_REF] Funda | Constrained cartesian motion control for teleoperated surgical robots[END_REF], ii) a socalled artificial intelligence based heuristic search [START_REF] Boctor | Virtual remote center of motion control for needle placement robots[END_REF], iii) an analytical solution based on trocar modelling with Euler angle representation [START_REF] Mayer | Kinematics and modelling of a system for robotic surgery[END_REF], iv) a gradient projection approach in closed-loop form [START_REF] Azimian | On constrained manipulation in robotics-assisted minimally invasive surgery[END_REF], v) a dual quaternion-based kinematic controller [START_REF] Marinho | A programmable remote center-of-motion controller for minimally invasive surgery using the dual quaternion framework[END_REF], and vi) a constrained Jacobian based on Lie algebra [START_REF] Pham | Analysis of a moving remote center of motion for roboticsassisted minimally invasive surgery[END_REF].

The previous techniques are used to maintain the RCM task and additional tasks are added to extend the robot functionality (i.e., a trajectory tracking task or point-to-point task). Beside that the majority of these methods [START_REF] Funda | Constrained cartesian motion control for teleoperated surgical robots[END_REF], Azimian et al., 2010, Aghakhani et al., 2013, Marinho et al., 2014, Pham et al., 2015] constrain the kinematic Jacobian matrix of their robot (J). Indeed, the forward kinematic model of a robot is often defined as: v e = J(q) q.

(3.1)

The kinematic Jacobian matrix J ∈ R 6×n is a transformation that maps the free joints vector variable (q ∈ R n×1 ) into the twist vector ( v e = v ω ∈ se(3)). In other words, this function J(q) is the velocities transformation from the joint-space (i.e., the space that gathers the speed of the robot joints) into the task-space (i.e., the linear and angular velocity of the end-effector in the Cartesian space).

The previous methods constrained this kinematic Jacobian matrix J con (q). Thus, the motion control problem consists of eliminating the error between the measured value of the joint variables and the desired ones (i.e., e = q-q * ), and the control joint velocity variables is deduced as ( q = J † con v e ). Figure 3.5(a) shows this concept of the jointspace controller, where a proprioceptive sensor is usually used for measuring the actual value of the joint variables. In fact, the joint-space control needs a precise knowledge of the robot kinematic model. In case that the inverse static model is not accurate, it will introduce an additional error in the control loop. Consequently, the controller would not be able to detect and fix this additional error since the robot model is located outside of the control loop (Figure 3.5(a)). Further, this type of controller is specific to the robot structure because the kinematic Jacobian matrix is specific for each robotic structure. Furthermore, the robot works blindly, if the patient moves during the time, the controller cannot detect this error and hence cannot compensate it.

Therefore, the usage of an exteroceptive sensor is beneficial since it imitates the surgeon's eyes. It provides also a "super-human" perception thanks to the variety of available sensors (e.g., endoscope, OCT, fluorescence, ultrasound). In fact, the exteroceptive sensor provides a measured signal which is processed to extract the desired information (s ∈ R m×1 ). For instance, a camera gives a measured image which is processed for extracting the desired visual features s (e.g., the image coordinates of some points of interest, the image coordinates of the centroid of an object or the pose estimation of an object).

The controller sensor-based (Figure 3.5(b)) does not need an accurate knowledge about the robot kinematic model because the inverse differential kinematic model of the robot is included within the control loop. However, if the exteroceptive sensor is not accurate, the controller cannot eliminate the error between the measured value and the desired one (i.e., e = ss * ). Thereby, there is a trade-off between the accuracy of the robot mathematical model and that of the sensor. The general differential model of an exteroceptive sensor is defined as:

ṡ = L(s)v e (3.2)
where (ṡ) is the time-derivative of the measured features, and (L(s) ∈ R m×6 ) is the interaction matrix which relates the velocity of features ṡ and the velocity of a robot's end-effector v e .

By imposing the RCM constraints on the interaction matrix, as proposed in [START_REF] Mayer | Kinematics and modelling of a system for robotic surgery[END_REF], Boctor et al., 2004, Osa et al., 2010], the controller will be more generic to perform the fulcrum task and it is not limited to a specific robotic structure. However, the Euler angle representation used in [START_REF] Mayer | Kinematics and modelling of a system for robotic surgery[END_REF] is mathematically heavy to formulate the RCM constraints in the task-space. An easier method was proposed in [START_REF] Boctor | Virtual remote center of motion control for needle placement robots[END_REF] to define the RCM constraints by applying a geometric vector form. The authors used a method with two heuristic functions for solving the problem. The first heuristic function is an error which is intended to measure the alignment of the tool with the desired tool configuration, where the tool body passes through the trocar and the tool tip is on the reference trajectory. The first function is evaluated by a cross 

product (×) as:

e h 1 = et × rm.

(3.

3)

The first function reduces the angular error between the vectors (et and rm), as depicted in Figure 3.6. The vector et is determined by the distance from the tool base (e) to its tip (t), while the vector rm is formed between the trocar point (r) and a target point on the reference trajectory (m). The second heuristic function is used to reduce the tracking error between the tool tip t and the target point on the reference trajectory m as:

e h 2 = tm.

(3.4)

The choice of first heuristic function is not so precise because the angular alignment error e h 1 couples the tool body, the trocar point and the target point. It should be simpler by treating the error between the tool body and the trocar point independently from the reference trajectory. In addition, the heuristic functions are not arranged in a hierarchical form. Consequently, the controller does not guarantee to converge to a solution that fulfils the two conditions together.

For instance, the controller may reach its local optimal solution when both vectors et and rm are parallel (i.e., e h 1 = 0 as shown in Figure 3.7(a)) while the tool tip does not reach the desired point on the trajectory (i.e., e h 2 = 0). On the opposite, the controller reaches a local minimum when the tool tip is coincident with the desired point on the trajectory (i.e., e h 2 = 0 as depicted in Figure 3.7(b)) but the vector et does not aligned with the vector rm (i.e., e h 1 = 0). The RCM constraint is only satisfied when both heuristic functions are zero. If, for some reason (and many of them can occur when controlling a robot in the real world), one of the two heuristics cannot be satisfied then unacceptable efforts may be applied to the tissues around the insertion point. Figure 3.7: Illustration of some special conditions of [START_REF] Boctor | Virtual remote center of motion control for needle placement robots[END_REF], where (a) e h 1 = 0 with e h 2 = 0, and (b) e h 1 = 0 with e h 2 = 0.

Another method was reported in [START_REF] Osa | Framework of automatic robot surgery system using visual servoing[END_REF] for describing the RCM constraint in the task-space. The proposed IBVS (Image-Based Visual Servoing) controller relates explicitly the relation between the velocity vector of the trocar point and that of the instrument. Such a choice is better than that made in [START_REF] Boctor | Virtual remote center of motion control for needle placement robots[END_REF] because it formulates the RCM constraints independently from other tasks. Indeed, the linear velocity of trocar point is converted into an angular velocity which is applied to a straight tool. However, this solution is not applicable to a curved tool. Beside that this solution treats only the condition when the incision point r is located within the tool segment [e, t] and outside this segment the system behaviour is unknown.

Our proposed formulation is intrinsic to the RCM task and it decorrelates the RCM task from the other tasks (i.e., contrary to [START_REF] Boctor | Virtual remote center of motion control for needle placement robots[END_REF], the tool tip target point (m) does not appear in the error). In addition, it allows regulation the alignment error even when the tool is located outside the incision hole before that it is inserted through the incision. In case that the rigid tool has a straight form, our proposed eliminates the need to compute the projection of the incision hole centre point r onto the tool body [e, t], which is necessary for other methods [START_REF] Osa | Framework of automatic robot surgery system using visual servoing[END_REF], Azimian et al., 2010].

Proposed method

This part formulates the RCM constraints in the task-space. An analytical solution was proposed for this new geometric formulation. Such a solution reduces the computational time since it eliminates the need for the heavy computational methods (e.g., Moore-Penrose inverse method) to estimate the inverse of the RCM interaction matrix.

The formulation is extended to describe the motion of a rigid curved tool under the RCM constraints (Figure 3.8). However, it is not easy to find out an analytical solution for the extended geometric formulation. Thus, a numerical method is applied to find out Problem statement: Figure 3.8 shows a general view on the various reference frames associated to the essential parts of the system. The fulcrum effect restricts locally two dimensions of the tool linear motion (i.e., the translation along the x-and z-axes of trocar point frame r ) and it allows only one translation along the penetration axis (i.e., the y-axis of frame r ). In other words, the tool centre line should always be coincident with the incision hole centre point, while the tool tip can move freely within a cavity (Figure 3.8). Therefore, the RCM task must ensure that the misalignment error between the tool centre line and the incision hole centre point is null. Thus, the problem comes to deduce the adequate velocity which is applied at the end-effector (or the tool base) for eliminating the misalignment error and executing the desired linear velocity at the tool tip.

Straight tool movement

This part begins by presenting the geometric model which describes the RCM movement with a straight tool. Such a method will be extended in the next part to include the RCM movement with a curved tool. whereby the (I 3×3 ) is an identity matrix, ( e er) is the vector between the end-effector frame O e and the trocar point O r , ( e u et ) is the unit-vector of e et which is formed between the tool base O e and its distal tip O t , and ( e et ) is the vector formed between the tool base O e and the projected point p t .

3-Dimensional RCM angular error:

Choice of error : The RCM angular error (e rcm3D ∈ R 3×1 ) is determined by the cross-product (×) between the vectors e et and e er as [START_REF] Dahroug | 3d path following with remote center of motion constraints[END_REF]:

e rcm3D = e et × e er.
(3.7)

In fact, this error is basically the geodesic error between the two vectors. In case that the vector et is not aligned with the vector er, then the vector et rotates in order to eliminate the angular error with the other vector (Figure 3.9). When both vectors are Since the projection of the incision hole centre point onto the tool body is not needed, the unit-vector of both vectors is applied, where the unit-vector of e et is the same as the constant y-component of the end-effector frame (i.e., e y = [0; 1; 0], see Figure 3.9). The angular RCM error is thus deduced as: e rcm3D = e y × e u er .

(3.8)

Note that the Euclidean norm of the latter equation could be determined as:

e rcm3D = e y e u er sin(θ) (3.9) whereby e y = 1, 0 ≤ e u er ≤ 1, and θ is the angle between both vectors e y and e u er . Figure 3.10 shows the variation of the angle -π ≤ θ ≤ π, and its influence on the RCM angular error. This graph is also obtained by fixing e u er = 1 in the latter equation. The amplitude of e rcm3D is reduced when the e u er is decreased.

Differential kinematics of the error : The time-derivative of the RCM angular error is evaluated as: (3.10)
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The unit-vector of e er and its time-derivative are calculated, respectively, as: The term (P ⊥ur = I 3×3 -e u er e u T er ) in the latter equation represents the projection operator onto the vector e u er . Indeed, this operator is a linear transformation that maps an element from a vector space into its self. For instance, assume that the line u and both points a and b are in the space R 2 , as depicted in The term ( e ėr) represents the linear velocity of the incision point O r with respect to the end-effector frame (i.e., e ėr = e v r/e ). This velocity can be expressed with respect to different frames. For instance, Figure 3.12 shows the incision point O r moved during a finite time with a certain velocity with respect to the end-effector v r/e . This velocity can also be observed from the world frame w v r/e , where a left superscript is added to note the reference frame.

By choosing the end-effector frame, the trocar velocity e v r/e is formulated in terms of the end-effector twist velocity as: (3.17) whereby ([ e er] × ) is the anti-symmetric matrix of the vector e er.

To simplify the notations, when the velocity frame is represented in its bases, for instance e v e/e , it is simplified as e v e . Indeed, the term ( e v e ) is the twist vector of end-effector which gathers the linear ( e v e ) and angular ( e ω e ) velocities.

The trocar point O r is also moving in an opposite direction of that end-effector to ensure that the misalignment error remains null. As a consequence, a negative sign is added to the latter equation (3.17), and it becomes as: where (L e rcm3D ∈ R 3×6 ) is the interaction matrix of the alignment task. This matrix describes how the error ėrcm3D is modified when the end-effector frame is moving with a velocity e v e .

Control of the error : For reducing exponentially the RCM angular error, a proportional controller is applied as: ėrcm3D = -λe rcm3D .

(3.21)

The latter equation represents the exponential decay behaviour, where (λ) is a positive scalar gain for the alignment task. By increasing λ, the system tends to reduce quickly the error e rcm3D . In opposite condition, the reduction of λ will affect the system by taking more time to eliminate the error.

The controller should deduce the control twist velocity of end-effector in equation (3.20). By replacing the (3.21) in (3.20), it becomes as:

L e rcm3D
e v e = -λe rcm3D , (3.22)

and the control velocity of end-effector is evaluated as, where (L † e rcm3D ) is the inverse matrix of L e rcm3D :

e v e = -λL † e rcm3D e rcm3D .

(3.23)

The inversion of L e rcm3D is not guarantee (i.e., a non-invertible matrix) because it is not a square matrix and its rank could be deficient. The Moore-Penrose inverse method (or pseudo-inverse method, where L † e rcm3D L e rcm3D = I 6×6 ) is a useful technique to estimate the inverse for this type of matrix ( i.e., a non-invertible matrix). It can be computed by the SVD (Singular Value Decomposition), LU (Lower Upper) or QR factorization techniques [START_REF] Strang | Introduction to linear algebra[END_REF], Hogben, 2006]. Since there is not an exact solution for (3.22), a least-square solution is applied to find out the optimal solution of (3.23). Such a solution space has a subspace which corresponds to the null-space (or it called Kernel [START_REF] Strang | Introduction to linear algebra[END_REF], Lay, 2012]). The kernel of L e rcm3D is a set of vectors e v e ∈ R 6 that satisfy:

L e rcm3D
e v e = 0 (3.24)

Figure 3.13 intuitively shows this set as an ellipse within the space of e v e . The blue dots in the latter figure represent some nonzero solutions in the e v e space, then they are mapped to the zero set within the e rcm3D space. As many numerical tool boxes do, we will use the operator ker(L e rcm3D )2 to manipulate the kernel of L e rcm3D

Compute the kernel of the interaction matrix : The matrix ker(L e rcm3D ) can be determined by an analytical method, without the need to apply the heavy computational methods (i.e., pseudo-inverse or SVD). It is formed indeed by the combinations of column vectors, where the multiplication of each column vector by the interaction matrix leads to a zero column vector. It is also necessary that the columns of the kernel matrix are orthogonal to each other, and their Euclidean norms equal to unity. Therefore, the kernel matrix is determined as: (3.25) whereby ker(L e rcm3D ) ∈ R 6×4 , (u e rcm3D ) is the unit-vector of e rcm3D , (0 3×1 ) is a column vector of zeros, (n c3 ) and (n c4 ) are the Euclidean norms of the third and the fourth columns of the kernel matrix, respectively. Indeed, they are calculated as:

ker(L e rcm3D ) =    e u
n c3 = e er 2 ( e u er × u e rcm3D ) T ( e u er × u e rcm3D ) =1 + u T e rcm3D u e rcm3D =1 = e er 2 + 1 (3.26) n c4 = e er 2 u T e rcm3D u e rcm3D =1
+ ( e u er × u e rcm3D ) T ( e u er × u e rcm3D ) =1 = e er 2 + 1.

(3.27)

Proof of the analytical kernel matrix : The multiplication of the interaction matrix L e rcm3D by the column vector of ker(L e rcm3D ) should equal to null. The first column of (3.25) multiplied by L e rcm3D , the resultant is: (3.28)

The term e u T er e u er equals to one since the Euclidean norm of a unit-vector is always equaled to one.

The second column of (3.25) multiplied by L e rcm3D , the resultant is: (3.29)

L e rcm3D 0 3×1 e u er = -1 e er [
The term e er × e u er is null because both vectors are parallel.

The third column of (3.25) multiplied by L e rcm3D , which gives: 

L e rcm3D
    1 n c3 ( e er × u e rcm3D ) - 1 n c3 ( e er × u e rcm3D ) =0     = 0.
(3.30)

Recall that a vector triple product is evaluated as:

a × (b × c) = ba T c -ca T b. (3.31)
The fourth column of (3.25) multiplied by L e rcm3D , the resultant is: The terms with the same color of under-brace are eliminated together, and thus the latter equation equals null. This completes the proof of the kernel matrix.

L e rcm3D
There are varies conditions which should be checked to validate the analytical kernel matrix during the computation program. The first condition is that:

(I -L †
e rcm3D L e rcm3D ) = ker(L e rcm3D )ker(L e rcm3D ) T .

(3.33)

The second condition is that: 

ker(L e rcm3D ) T ker(L e rcm3D ) = I 4×4 , (3.34)        e u T er 0 T 3×1 0 T 3×1 e u T er e er n c3 ( e u er × u ercm3D ) T 1 n c3 u ercm3D -e er n c4 u ercm3D 1 n c4 ( e u er × u ercm3D ) T           e u er 0 3×1 e er n c3 ( e u er × u ercm3D ) -e er n c4 u ercm3D 0 3×1 e u er 1 n c3 u ercm3D 1 n c4 ( e u er × u ercm3D )    =                            e u T
T ue rcm3D =0 + 1 n 2 c3 u T ercm3D ue rcm3D =1 + 1 nc3nc4 u T ercm3D ( e uer × ue rcm3D ) =0 -e er nc4 u T ercm3D e uer =0 + 0 0 + ( e uer × ue rcm3D ) T e uer =0 -e er 2 nc3nc4 u T ercm3D ( e uer × ue rcm3D ) =0 -e er 2 n 2 c4 u T ercm3D ue rcm3D =1 + 1 nc3nc4 ( e uer × ue rcm3D ) T ue rcm3D =0 + 1 n 2 c4 ( e uer × ue rcm3D ) T ( e uer × ue rcm3D ) =1                            . (3.35)
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The element (3,1) of the latter matrix is null because the resultant from the crossproduct of the term ( e u er × u e rcm3D ) is perpendicular on the vector e u er , then the dot product of the term ( e u er × u e rcm3D ) T e u er is null. This case is similar to the elements (4,2), (1,3), (4,3) and(3,4). Since the vectors in the latter matrix are unit-vectors, then their dot product with themselves are equal to one, as the elements (1,1), (2,2), (3,3) and(4,4). Recall that the scalars n c3 = n c4 = e er 2 + 1, then the element (3,3) is simplified to e er 2 + 1

n 2 c3
= 1, and the element (4,4) is also simplified to e er 2 + 1

n 2 c4 = 1.
This completes the proof by obtaining the identity matrix for the latter condition.

1-Dimensional RCM angular error:

Choice of error : The previous 3-dimensional misalignment error (3.8) imposes three equations to formulate the RCM movement. Indeed, the dimension of the interaction matrix L e rcm3D is 3 × 6 which implies that there are three equations to find out the six variables in (3.20). It means that the three equations constrain the three components of linear velocity of the end-effector, while the three components of angular velocity of the end-effector are free to be chosen.

The form (3.36) reduces the dimension of (3.20) to one. It offers the advantage to liberate more DOF that will be used later to satisfy another task (e.g., the path following task). The following 1-dimensional RCM angular error is thus formulated as [START_REF] Dahroug | Visual servoing controller for time-invariant 3d path following with remote centre of motion constraint[END_REF]]: e rcm1D = 1 -e y T e u er .

(3.36)

The new formulation offers a numerical stability compared to the previous one. In case that the vector e rcm3D tends to zero, its direction becomes numerically ill-defined, where its sign could oscillate between positive and negative values. This behaviour is eliminated with the new formulation of the RCM angular error because the e rcm1D is always positive (Figure 3.14 compared to Figure 3.10). Note that this dot product in (3.36) could be reformulated as: e rcm1D = 1 -( e y e u er cos(θ)) .

(3.37)

Figure 3.14 shows that the e rcm1D is positive when the angle varies -π ≤ θ ≤ π. This graph is also obtained by fixing e u er = 1 in the latter equation. The amplitude of e rcm1D is reduced when the e u er is decreased.

Differential kinematics of the error :

The time-derivative of misalignment error (3.36) between the tool centre line and the trocar point is evaluated as: ėrcm1D = -e y T e uer .

(3.38) whereby (L e rcm1D ∈ R 1×6 ) is the interaction matrix of the misalignment error.

Control of the error : A proportional controller is also used to deduce the control twist velocity of end-effector as:

ėrcm1D = -λe rcm1D , L e rcm1D
e v e = -λe rcm1D , (3.40)

e v e = -λe rcm1D L † e rcm1D .

(3.41)

Such a controller will reduce the error e rcm1D exponentially. A numerical estimation could be done to invert the interaction matrix L e rcm1D .
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Compute the kernel of the interaction matrix : An analytical method is carried out to determine the kernel of L e rcm1D which is computed as: (3.42) Where ker(L e rcm1D ) ∈ R 6×5 , (n c5 ) is the Euclidean norm of the fifth column of the kernel matrix.

This norm is determined as: (3.44)

Recall that a scalar triple product is evaluated as:

a • (b × c) = b • (c × a) = c • (a × b). (3.45)
The second column of (3.42) multiplied by L e rcm1D , then the resultant is: (3.51) In fact, the latter check test is similar to (3.35). For instance, the element (4,1) of I rcm1D is computed as:

L e rcm1D e y
e er n c5
( e u er × ( e y × e u er )) T e u er + 0.

(3.52)

The resultant vector from the term ( e u er × ( e y × e u er )) is perpendicular to the vector e u er , thus the dot product is null. Recall that n c5 = e er 2 + 1, then the element (4,4) of I rcm1D is evaluated as: Geometrical solution when the tool is inside the incision hole: Throughout such situation, the tool tip should be capable to move in any direction within a cavity according to a desired velocity. Beside that the tool centre line should also be coincident with the centre point of the incision hole. Figure 3.15 demonstrates the tool movements to achieve the desired velocity under the RCM constraints, where the tool should execute the desired velocity v t while correcting the misalignment error with the incision point O r . Thus, this paragraph shows how to deduce the control twist vector e v e in a geometric way for performing such a constrained motion.

The surgeon defines the required linear velocity of the tool tip (v t ). Then, this velocity can be expressed with respect to any desired frame. The end-effector frame is be chosen because it is required to deduce the control twist vector e v e . Thus, the tool tip velocity expressed with respect to the end-effector frame ( e v t/e ) is defined as: e v t/e = e v e + e ω e × e et.

(3.54)
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Recall that the relative velocity of the incision point with respect to the end-effector was defined in (3.17) as:

e v r/e = e v e + e ω e × e er.

(3.55)

It is required to relate between e v t/e and e v r/e . Thereby, the linear velocity of the incision hole is reformulated by replacing the end-effector velocity e v e in the latter equation by that comes from (3.54). This reformulation is represented as: whereby ( e tr) is the distance vector from the tool tip frame O t to the RCM frame O t , and it is expressed in the end-effector frame.

Although, the RCM constraints permit a linear motion along the y-component of end-effector frame, while the angular velocity is free. Therefore, the linear velocity of RCM frame must satisfy the following condition [Dahroug et al., 2017a]:

e v r/e = -γ rot e y (3.57)
The term (γ rot ) is a positive scalar factor for increasing or decreasing the velocity along the y-axis of the end-effector frame. The negative sign appeared in the latter equation because the velocity of the incision point e v r/e has an opposite direction to the end-effector velocity e v e . In other words, if we observe the tool motion from a global view (world frame, see Figure 3.15), we can consider that the incision frame is fixed in the space, while the end-effector frame is moving with a certain velocity vector toward the incision frame. However, we can assume an opposite view where the end-effector frame is fixed, while the incision frame is moving with a certain velocity (i.e., the same magnitude of the previous case but in opposite direction) toward the end-effector frame. This is why the negative sign is added to (3.57).

By equating both (3.56) and (3.57), the angular velocity of end-effector could be deduced as: e v t/e + e ω e × e tr = -γ rot e y, (3.58)

e ω e × e tr = -( e v t/e + γ rot e y)

= e v Res .

(3.59)

In case that both vector e tr and e v Res are not perpendicular, there is not an exact solution. However, a solution can be found by projecting the velocity e v Res onto the vector e tr, as depicted in with the assumption that the angular velocity of end-effector equals to:

e ω e = e tr × e v Res e tr 2 + µ e tr.

(3.61)

The second term in the right hand side of equation (3.61) is an additional component to represent the tool rotation around its centre line (i.e., the y-axis), where µ is a gain parameter for increasing or decreasing the weight factor of this rotation. This term can be neglected in case that the surgical tool (e.g., a laser or ultrasound ablation tools) used by the surgeon not required this additional DOF. This term is also neglected to simplify the calculation.

In order to verify that the previous assumption of the end-effector angular velocity (3.61) is good, the assumed velocity vector of (3.61) multiplied by the vector e tr must be equal to the left hand side of (3.59). This check test is formulated as: (3.62)
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Recall that a vector triple product could be evaluated as: (3.64)

a × (b × c) = ac T b + ba T c. ( 3 
The first term in the right hand side of (3.64) should be eliminated in order to achieve the equality between both equations (3.64) and (3.59). As a result, this term should be null as:

e tr T ( e v t + γ rot e y) = 0 (3.65)

Consequently, the gain factor γ rot is defined, to satisfy the latter condition, as:

e tr T e v t + γ rot e tr T e y = 0 (3.66) (3.69)

γ rot = - e v T
Figure 3.17: Conceptual scheme of the system with the various notations used within the equations for curved tool.

Curved tool movement

In this part, the assumption of a straight rigid tool is modified in order to become more generic by manipulating a curved rigid tool. The curved tool provides some additional dexterous characteristics to the rigid tool for reaching regions that the straight tool cannot attain. To the best of our knowledge, there are not previous works in the literature that treat such a situation.

3-Dimensional RCM angular error:

Choice of error : The angular error (3.8) is not precise because the vector e et is no longer aligned with the vector e y (Figure 3.17). In fact, the vector e et is not constant during the tool insertion through the incision hole. Therefore, the incision hole centre point O r is projected onto the curved tool centre line, which results a new point ( e p t ) as depicted in Figure 3.17. The vector ( e et ) and its unit-vector ( e u et ) represent the direction and the distance between: i) the origin point of end-effector frame O e , and ii) the projected point onto the curved tool centre line e p t .

The RCM angular error is thus determined as: Differential kinematics of error : The unit-vector e uer was calculated previously in (3.19), while the unit-vector e uet is deduced as: (3.72)

e rcm3D = e u et × e u er , ( 
The vector e ė t represents the velocity of projection point e p t along the tool shape (S t (s t )) which is a function of the curve arc length (s t ). The vector e ė t is thus evaluated as:

e ė t = ∂ e et ∂s t ds t dt = e k t ṡt (3.73)
whereby ( ṡt ) is the curvilinear speed of the projected point e p t along the tool shape, and ( e k t ) is the instantaneous tangential unit-vector on the tool shape. Such a shape is approximated by the tool curvature (C t (s t )) which is defined by a radius of curvature (r Ct ) and its centre point (O ct ), as depicted in Figure 3.18, while the unit-vector e k t is defined by two consecutive sample points on the tool body as:

e k t = e p t i-1 -e p t i e p t i-1 -e p t i (3.74)
The problem now is how to deduce the curvilinear speed in equation (3.73) in order to calculate the time-derivative of the unit-vector e u et . Therefore, a reference frame is placed at the centre point O ct and its basis are formed by { e k t , e j t , e i t }, where e j t and e i t are determined as:

e j t = r Ct r Ct
, and e i t = e j t × e k t .

(3.75)

Thus, the radius of curvature r Ct is in the same direction as the basis e j t (Figure 3.18) and it is determined as:

r Ct = r Ct e j t , with r Ct = r Ct ∈ R + . (3.76)
The projected distance d rcm is also collinear with the basis e j t , and it can be decomposed as:

d rcm = e p t -e O r (3.77)
However, the direction of vector d rcm can vary from that of the basis e j t (i.e., in the same or the opposite direction). To determine the direction sign of the vector d rcm with respect to the basis e j t , it is calculated as: (3.78) with

d rcm = d rcm e j t ,
d rcm = d T rcm e j t = d T rcm r Ct r Ct ∈ R. (3.79)
Furthermore, the curvature vector C t (s t ) is in the same direction as the basis i t , since:

C t (s t ) × r Ct = e k t ,
and C t (s t ) = 1 r Ct = C t ∈ R + , (3.80) then, C t (s t ) = C t e i t .
(3.81)

Therefore, the instantaneous curvature is deduced analytically by subtituting the basis i t (3.75) in the latter equation as:

C t (s t ) = C t ( e j t × e k t ), C t (s t ) = 1 r Ct r Ct r Ct × e k t , (3.82) C t (s t ) = r Ct × e k t r Ct 2 . (3.83)
Consider a finite displacement applied to the incision centre point O r at a velocity e v r/e during a small period ∆t. In fact, the resultant displacement from the linear velocity of RCM frame ∆t e v r/e is decomposed into (Figure 3. Chapter 3

The speed along the arc length ṡt is thus deduced by multiplying the right hand side of the latter equation by the inverse of r Ct as:

ṡt = 1 1 - d rcm r Ct e k T t e v r/e = 1 1 -d rcm C t e k T t e v r/e .
(3.86)

The term (d rcm C t ) in the latter equation does not take in account the direction of the vector C t ; since C t = C t (s t ) ∈ R + . Therefore, the magnitude of curvature C t could be reformulated by using equation (3.81) as:

C t = C t (s t ) T e i t = C t (s t ) T ( e j t × e k t ) = -C t (s t ) T ( e k t × e j t ) = -(C t (s t ) × e k t ) T e j t ∈ R.
(3.87) By combining the latter equation with (3.79), the term (d rcm C t ) is redefined into:

d rcm C t = -d T rcm e j t (C t (s t ) × e k t ) T e j t = -d T rcm (C t (s t ) × e k t ) e j T t e j t =1 = -d T rcm (C t (s t ) × e k t ).
(3.88)

In order to verify that the new definition of term (d rcm C t ) is correct, the resultant vector from the term (C t (s t ) × e k t ) in the latter equation has an opposite direction to the basis e j t and its magnitude equals to C t . Thus, the term (d rcm C t ) is replaced by (-C t j t ) in the latter equation, and it becomes as: In case that d rcm = r Ct , there is a numerical singularity because the right hand side of (3.85) is divided by zero. Thereby, the implementation of RCM controller should take into account this singular case.

d rcm C t = -d rcm e j T t (-C t j t ) = d rcm C t e j T t e j t =1 . ( 3 
Another special case could also occur, when O Ct ∈ [O r , p t ] and d rcm > r Ct , as shown in Figure 3.21. There is not a simple geometric construction to find out an analytical expression for deducing the speed along the arc length ṡt during this special case; since the formulation of similar triangles cannot be identified to apply the Thales theorem. In fact, this special case which uses a highly curved tool is not treated with the proposed controller because it requires a specific numerical solution. As a result, it is not acceptable to use a tool with a very small curvature radius. For instance, if the vector distance d rcm is around 1mm, to satisfy the special case, the curvature radius r Ct is less than 1mm.

Compute the interaction matrix : After the formulation of the curvilinear speed ṡt is determined in (3.90), the velocity of projected point e ė t is redefined by replacing (3.90) in (3.73), and it becomes equal to:

e ė t = e k t e k T t 1 + d T rcm (C t (s t ) × e k t )
e v r/e .

(3.91)

From the latter equation, the speed of projected point e ė t depends on: i) the projected distance d rcm , ii) tool curvature C t (s t ), and iii) the velocity of RCM frame e v r/e . By injecting (3.91) in (3.72), the rate of change of e uet is thus derived as: Control of the error : In order to reduce exponentially the alignment task, a simple proportional controller is applied as:

ėrcm3D = L e rcm3D
e v e = -λe rcm3D .

(3.95)

The latter equation represents the alignment task with bilateral constraints which is used for a curved tool. Thereby, the control twist velocity of end-effector is determined as:

e v e = -λL e rcm3D † e rcm3D (3.96)

1-Dimensional RCM angular error: Choice of error : In a similar way, the 1-dimensional RCM error for curved tool is obtained by modifying (3.36), and it is calculated as:

e rcm1D = 1 -e u T et e u er .
(3.97)

The time-derivative of the latter equation is formulated as: From curved tool to straight one: The previous equations are valid for curved tools. But they are also applicable for straight tools. Indeed, if the tool curvature is null (C t (s t ) = 0), which means that the tool is straight, then the unit-vector e uet (3.93) is 

Unilateral Constrained Motion

As explained previously, the RCM constraint imposes that the tool body should be coincident with the incision hole centre. If the incision hole is fixed in the world frame, then the tool motion is restricted along two axes (i.e., locally to the x-and z-axes of the incision frame, see the upper left zoom plot entitled "Bilateral constraints" in Figure 3. 23). This figure shows a general scenario where the tool moves from its initial position toward the incision hole, after that the tool follows a 3D spiral path under the constraints imposed by the incision hole. The workspace inside the incision hole is represented by the blue triangle in Figure 3.23. A zoom was made on the incision hole in order to demonstrate the difference between the RCM and UCM movements.

The UCM movement releases the bilateral constraints on the tool motion into a unilateral constraint. The UCM constraint allows a limited linear motion along the restricted axes (i.e., the x-and z-axes of the incision frame), and the tool body can leave the incision centre point. Indeed, the linear motion is limited by the incision wall, which is represented by a horizontal line on the central zoom plot entitled "Unilateral constraints" at Figure 3

.23.
Such a release is useful to gain more manoeuvrable space before the tool hits the incision wall. It is also an appropriate assumption for ear surgery, where the dimensions of the created tunnel by the standard mastoidectomy, or even the natural orifice of the external ear canal, are bigger than the surgical instrument diameter. In addition, the unilateral constraint has the advantage to potentially simplify the use of a highly curved tool during the surgery. Such a curved geometry provides the surgical tool with a higher dexterity, for instance, for avoiding obstacles as depicted at the plots on the right hand side of Figure 3.23 which are entitled "Curved tool " and "Straight tool ". 

Robot workspace inside the incision hole

Robot

Previous approaches

For solving the UCM movement, the system is considered as a non-linear optimization problem. With this assumption, the inverse problem admits either no solution, one solution or an infinite number of solutions. In the latter case, it is critical to select the optimal solution. Consequently, optimization techniques [START_REF] Luenberger | Linear and nonlinear programming[END_REF], Bertsekas, 1999] are suitable tools for imposing the required constraints and finding out the optimal solution. An instantaneous (or local) optimal solution is a convenient method for real-time application; since it needs small computation time. However, it does not guarantee the global optimal solution. Thereby, the global optimal control methods are better for off-line task planning; since they consume a large computation time. Furthermore, the projection gradient technique [START_REF] Nakamura | Taskpriority based redundancy control of robot manipulators[END_REF], Siciliano, 1990] is a generic optimization technique which has the advantage to arrange different tasks in a hierarchical form. The authors in [START_REF] Kanoun | Kinematic control of redundant manipulators: Generalizing the task-priority framework to inequality task[END_REF] used such a technique to formulate the inequality (unilateral) constraints in form of a Quadratic Programming (QP). The proposed convex function is constrained by an exterior penalty function. In the same way, the authors in [START_REF] Flacco | Control of redundant robots under hard joint constraints: Saturation in the null space[END_REF] developed the inequality problem as a convex QP problem which is conditioned by Karush-Kuhn-Tucker (KKT) criteria. These non-linear constrained optimization techniques are detailed in [START_REF] Luenberger | Linear and nonlinear programming[END_REF], Bertsekas, 1999]. Such techniques are used for serial robot [START_REF] Mansard | Continuous control law from unilateral constraints[END_REF], humanoid robot [START_REF] Kanoun | Kinematic control of redundant manipulators: Generalizing the task-priority framework to inequality task[END_REF] and snake-like robot [START_REF] Flacco | Control of redundant robots under hard joint constraints: Saturation in the null space[END_REF].

It is worth mentioning that non-medical applications (e.g., assembly manufacturing and fabrication) applied compliant motion control [De Schutter andVan Brussel, 1988, Kazerooni, 1989] in order to manipulate the robot end-effector in contact with its environment (environment interaction). Such a manipulation technique is needed when inserting a peg into a hole, polishing or grinding a surface, or following a contour or surface. This type of motion can be either passive or active. The passive type uses a mechanical (spring-damper) device which is added to the end-effector. However, the active type is basically achieved by a force-based feedback control [START_REF] Lefebvre | Active compliant motion: a survey[END_REF]. Such a controller can be obtained by various methods such as: hybrid force/position control [START_REF] Chiaverini | The parallel approach to force/position control of robotic manipulators[END_REF], impedance or admittance control [START_REF] Colbaugh | Adaptive compliant motion control for dexterous manipulators[END_REF]. Indeed, the impedance or admittance controls are based on the kinematic and dynamic models of the robot and the interaction with the environment. Both controllers are formulated by an equivalent mass-spring-damper system with adjustable parameters. However, the impedance control regulates the motion deviation by generating forces, while the admittance control regulates the interaction forces by imposing a deviation from the desired motion. These techniques are considered as an indirect force control because a force measurement is not applied. In opposition, the hybrid force/motion control is a sensor-based technique where a force/torque measurements are available to perform a direct force control.

The latter techniques are also applied in medical applications for defining the unilateral constraints. The term virtual fixtures is originally introduced by [Rosenberg, 1993] for applying the previous technique on a tele-operated robot. A comprehensive survey [START_REF] Bowyer | Active constraints/virtual fixtures: A survey[END_REF] was proposed to show the different techniques associated with the virtual fixtures in medical applications. The authors in [START_REF] Bettini | Vision-assisted control for manipulation using virtual fixtures[END_REF] applied the virtual fixtures method to constrain the robot motion in a certain direction by using an admittance control. This work was extended in [START_REF] Kapoor | Constrained control for surgical assistant robots[END_REF] for performing incremental control on John Hopkins University (JHU) Steady Hand Robot by formulating the constrained motion as a weighted and a multi-objective optimization problem. The solution of such problem was determined by using the sequential QP method.

In brief, the unilateral constraint is an inequality problem, for instance, the distance between the tool body and the incision wall could vary from zero to a certain distance. The control of such a system is non-linear since the end-effector rotation matrix belongs to the special Euclidean group SE(3) which is a non-linear space. Thus, the UCM movement could be considered as a non-linear problem under inequality constraints.

Proposed method

A simple solution is proposed in this part by formulating the unilateral constraint as an inequality of bilateral constraints which explained previously in Section 3.1. An admittance control is applied by placing a virtual spring between the tool body and the incision wall. Chapter 3

Rigid tool movement

The proposed solution in (3.94) and (3.99) describes the differential kinematics of the RCM angular error, ėrcm3D and ėrcm1D respectively. This description is useful to control either a straight tool or a curved one. To simplify the notation in this section, the general form of the differential RCM angular error is described as:

ėrcm = L ercm e v e .
(3.101)

A proportional controller is also proposed to reduce exponentially this error as:

L ercm e v e = -λe rcm .

(3.102) UCM constraint based on the RCM angular error: The UCM task adds a virtual spring which is located between the tool body and the incision wall. It acts as a repulsive force to keep the tool body away from the incision wall. Therefore, the incision hole is divided into three main regions (Figure 3.24): i) a free region begins from the incision centre point O r until a minimum distance (d min ). Within this region, the tool is free to move without any constraints and the virtual spring is deactivated. ii) a safe region begins from the minimum distance d min until a maximum distance (d max ). Inside this region, the virtual spring is activated and its stiffness increases gradually until it reaches its maximum value at the border with the next region. iii) a critical region is bounded by a critical distance (d cri ) and the orifice wall. When the tool enters this region, the stiffness of virtual spring is the maximum in order to expel the tool from this region.

-1 -0.5 0 0.5 Such a behaviour is represented in a non-linear function (i.e., a sigmoid form as depicted in Figure 3.25) for obtaining a continuous differentiable characteristics. Thus the stiffness of the virtual spring (α obs ) is evaluated as:

1 0 0.2 0.4 0.6 0.8 1 d rcm α obs σ step =3 σ step =9 σ step =15 σ max σ mid
α obs =      0 d rcm ≤ d min σ max 1 + exp(σ step ( d rcm -σ mid )) d min < d rcm < d max σ max d max ≤ d rcm ≤ d cri . (3.103)
In fact, the gain α obs depends on the projection distance d rcm which is obtained as (3.6). This distance represents the linear error between the incision centre point and the tool body.

Control of UCM task : By placing the virtual spring α obs in (3.102), it becomes in the following form:

L ercm e v e = -α obs λe rcm .

(3.104)

The control twist velocity is thus deduced as:

e v e = -α obs λL † ercm e rcm .

(3.105)

Numerical Simulator

An easy way to prove the concept of the proposed controller is achieved by implementing a simulator which is useful for i) visualizing the end-effector and the surgical tool movements, along side ii) the generated log files which contain important informations (e.g., the record of end-effector control velocities, the tool tip poses, etc.). In fact, the simulator allows concentrating on the fundamental developments in order to test the controller performances without including the experimental problems. Once the performances are satisfactory, the controller will be tested on a real robot4 .

Figure 3.26: An example of realistic simulator, where the virtual scene is consists of: i) an auditory system with cholesteatoma which is created from DICOM images, and ii) a flexible surgical tool.

The simulator is done by a C++ program to implement the proposed controller. Indeed, the program encapsulates the different controllers (i.e., alignment controller, path following controller and task priority controller)5 to deduce the control twist vector of end-effector. The simulator applies a numerical integration to calculate the new pose of the end-effector based on the control twist vector. Such a numerical integration is achieved by transforming the control twist vector into an exponential matrix and multiplying it by a sample time (T e ). Consequently, the applied velocities during the sample time are represented by the homogeneous matrix ( e M e ) as: Chapter 3

The new pose of end-effector ( w M enew ) is thus obtained by:

w M enew = w M e old * e M e (3.107) 
Where w M e = w R e w p e 0 1×3 1 is the homogeneous matrix that describe the pose of end-effector frame (i.e., the rotation w R e and the position w p e ) with respect to the world frame. At the end of simulation, the log files are generated and a Matlab/Octave script is used to read these files and to visualize the output results (e.g., Figure 3.23).

Another option which is a realistic scene can be added to the simulator. This scene is conceived based on a numerical model which is created by the medical images of the auditory system (e.g., Figure 3.26). It is helpful to plan and to execute more realistic surgical gestures based on the anatomical structures. However, this optional realistic scene does not affect the controller performances.

The proposed simulator is divided into two programs (Figure 3.27(a)): i) the server program which includes the controller to deduce the end-effector twist velocity, and ii) the client program which moves the end-effector and the surgical tool within the scene/world. The client program can also be the code which implements the lowlevel controller of a real robot (Figure 3.27(b)). For achieving such a decoupling between both the client and the server programs, a socket communication protocol (TCP/IP) was applied to these two programs. Such a protocol has the advantage of communication between both programs either in an offline mode (i.e., when both programs are sharing the resources of the same computer) or an online mode (i.e., when each program is running from two different computers but they are connected over the internet). However, the communication time and the synchronization between the client and the server programs are essential issues that should be considered.

This section presents the simple simulator with a Matlab client which represents a virtual robot (Figure 3.27(a)). Such a client has the functions to: i) ensure the socket communication with the server, ii) integrate the command velocities to deduce the new pose of the end-effector and the tool, and iii) plot the output results.

Validation of RCM constraints

The objective of this part is testing the RCM alignment task only. The simulation scenario is artificially changing the pose of the trocar point along a pre-defined path, and then the RCM task should eliminate the misalignment angular error. The control twist velocity is thus deduced by equation (3.94) during the simulated motion. In fact, the pose of trocar point changes to the next one when the RCM linear error (3.6) is less than 0.25mm. Such a strategy is hence a point-to-point tracking controller.

Straight tool with a straight path: The objective of this first trial is visualizing the effect of the gain λ on the RCM controller by increasing its value from 0.5, 1.5 to 3.

The position of trocar point changes in a linear path along the x-, y-and z-axes, respectively (Figure 3.28(a)). This figure shows the end-effector motion in the camera frame. It shows also the initial reference frames of the end-effector, the tool tip and the trocar point. We can observe that the end-effector does not move along the x-axis because the regulation task to reduce the linear distance between the tool tip and the trocar point is not activated. Thus, the control linear velocity of end-effector e v e is almost null, as shown in the upper graphs of Figures 3.28(c) and 3.28(d). However, the tool begun the alignment with the reference path (i.e., the linear part along the x-axis of the camera frame) by rotation about the x-and the z-axis of the end-effector frame, as depicted in Straight tool with a spiral path: This second trial tests another path for the trocar point. A 3D spiral path is defined in the trocar point frame. In fact, the path is described by a line with starts from the initial position of the trocar point and advances along the negative direction of the y-axis, then the spiral height is also defined in the same direction, The linear displacement between the tool tip and the trocar point is neglected throughout this trial. Thus, the linear velocity of end-effector is almost null, as shown in the upper graph in Figure 3. 29(c). It is also observed in Figure 3. 29(b), where the x-component of the tool tip position is constant.

Figure 3. 29(d) presents the RCM errors during the simulation. Indeed, the RCM linear error d rcm is determined by equation (3.6). When its Euclidean norm is equal or less then 0.25mm, the trocar point changes its position to the next iteration on the reference path. However, the RCM angular error e rcm is evaluated by equation (3.70). The control twist vector of the end-effector is deduced based-on the e rcm as conducted in equation (3.95). The exponential convergences in Figure 3. 29(d) is increased during the simulation because the arc length between the sampled point is not constant. However, the RCM controller converges to the stability and it eliminates the error e rcm .

Piecewise straight tool with a spiral path: This trial tests the same path of the 3D spiral curve for the trocar point, but the tool geometry is formed with a combination 30(d), where the error is reduced exponentially. The controller eliminates the initial angular error between the tool body and the trocar point. Then, the trocar point changes its position in a linear path. Therefore, the error in Figure 3.30(d) is relatively small. Afterwards, the error begins to become big because the distance between the sample points on the reference path is not constant. This distance is small at the base of spiral path, while it becomes larger at the end of the spiral path.

Curved circular tool with a spiral path: The final trial tested a curved tool which is formed by a combination of a linear segment at the base and a circular portion at the and T e = 0.005 seconds, whereas STD error is the standard deviation error.

these simulations, the alignment scalar gain was constant λ = 0.5, and the sample time was also fixed to T e = 0.005 seconds.

Conclusion

This chapter began by formulating a geometric method to describe the RCM task, afterword a brief introduction about the UCM task is presented. This constrained motion allows manipulating surgical tool through an entry point. Indeed, one of these two tasks will be chosen alongside the path following task in order to perform complex motions as will be explained in the next chapter. The projection gradient method will be used to ensure the hierarchical form between the different tasks.

The proposed controller is deployed with a rigid straight tool, but it can also handle a rigid curved tool. The controller cannot handle the situation where the tool curvature is higher than the regulating error. Such a challenging situation will be treated in the perspectives, alongside applying the proposed controller with a flexible tool.

Chapter 4

From Pre-operative images to Motion The main objective of this chapter is to present a task-space controller which guides a general purpose robot. Such a robot is commonly a redundant structure. The redundancy appears when the DOF of the required task is lower than those provided by the robot structure [Siciliano, 1990]. The required task could be any kinematic or dynamic goal. The advantage of redundancy appears to be useful for avoiding singularity, joints limits and workspace obstacles [START_REF] Maciejewski | Obstacle avoidance for kinematically redundant manipulators in dynamically varying environments[END_REF]. It is also helpful for performing different surgical tasks simultaneously within the patient body. For instance, the surgeon needs to reach a specific region of interest, for scanning an organ or removing some tissues, while performing the RCM/UCM movement and avoiding the anatomical structures. Indeed, the complex surgical task is formed by assembling small tasks (i.e., the RCM/UCM movement task and the path following task). Therefore, a hierarchy Chapter 4 between these sub-tasks is useful to ensure that the secondary task does not influence the primary task. The task priority technique [START_REF] Nakamura | Taskpriority based redundancy control of robot manipulators[END_REF] allows setting a hierarchical form between different tasks.

Section 4.1 proposes a 3D path following scheme for a holonomic system which is characterized by a local frame in order to take advantage of the time-invariant controller. The proposed controller determines the tool tip velocity in the local frame of the reference curve (i.e., Frenet-Serret frame, for instance, FIGURE 4.1 shows the Frenet-Serret frame on a Lissajous path). The stability study of the latter method is also presented. Afterwards, Section 4.2 shows how to arrange the priority between the path following task and the RCM/UCM task. At the end, Sections 4.3 and 4.4 present the numerical and the experimental results of the proposed controller, respectively. 

3D path following controller

In order to control the robot motion over a desired geometric curve in the Euclidean space, there are basically two controller categories for guiding the robot, either path following or trajectory tracking controllers. The dissimilarity between both controllers is the dependency on time [START_REF] Gasparetto | Path planning and trajectory planning algorithms: A general overview[END_REF]. The trajectory controller is timedependent, where the geometric curve is parametrized with time. On the contrary, the path controller is time-invariant, where the geometric curve is defined without any temporal constraints and it is commonly a function of its arc length.

This time restriction distinguishes the performances of both controllers (FIGURE 4.2), especially in the presence of perturbations and/or high curvature of the reference curve. On one hand, the trajectory controller accelerates and short-cuts the reference curve in order to reach the next point on the schedule. On the other hand, the path controller maintains the velocity tangent to the curve and it does not bypass the curve even if there is going to be a delay in reaching the next point. Consequently, the path following controller has better performances than the trajectory tracking controller in terms of geometric precision, and convergence to the reference curve in the presence of perturbations or lag conditions.

From the surgeon's viewpoint, the exact time to finish the curve is not an important factor. What really matters is that the instrument follows exactly the reference curve. In addition, the surgeon may need to modify the tool velocity independently from the curve shape, size or curvature. In fact, the tool velocity is certainly dependent on the tissue-tool interaction (tissue deformation) which may change due to the potential inhomogeneity of the infected tissue. In addition, the tool velocity profile may modify when the surgeon moves from one region of interest to another one for inspection and/or excision processes. For the above reasons, the path following is a good option for our applications; since it separates the geometric curve from the velocity profile.

Background

The majority of path following controllers, previously reported in the literature, were implemented for mobile robot applications. Such controllers had used various techniques for solving the path following issue with non-holonomic constraints, such as chain form [START_REF] Samson | Control of chained systems application to path following and time-varying point-stabilization of mobile robots[END_REF], robust non-linear controller [START_REF] Lapierre | Robust nonlinear path-following control of an auv[END_REF], and backstepping filter based on Lyapunov [START_REF] Zhu | 3-d path-following control for a model-scaled autonomous helicopter[END_REF]. These controllers are working Chapter 4 well with a non-holonomic system (i.e., ground, marine and air vehicles) in 2D and 3D spaces. However, a path following controller is not frequently applied to the medical applications. A 2D path following was deployed to guide a laser during larynx surgery [START_REF] Seon | Decoupling path following and velocity profile in vision-guided laser steering[END_REF]. The proposed controller in [START_REF] Seon | Decoupling path following and velocity profile in vision-guided laser steering[END_REF] is based on visual servoing technique. A unicycle non-holonomic model is applied for executing a visual path following controller with high frequency. Other 3D trajectory tracking and pose estimation methods were proposed in [START_REF] Nageotte | Visual servoing-based endoscopic path following for robot-assisted laparoscopic surgery[END_REF] for controlling an instrument to perform automatic suturing during laparoscopic surgery. Problem statement: Before executing the desired motion, the reference geometric curve should be defined. Such a geometric curve is generally determined by a planning algorithm [START_REF] Gasparetto | Path planning and trajectory planning algorithms: A general overview[END_REF] in order to avoid obstacles, and to generate the shortest distance between the initial and the target points. Alternatively, the surgeon may draw the desired curve on a tactile tablet2 .

Proposed method

By the end of the planning phase, the geometric curve is defined as a set of points in the 3D Cartesian space (xyz -coordinates). The essential issue of a path following task is to minimize the projection distance (d pf , see FIGURE 4.3). The latter distance d pf is formed by projecting the origin point of tool tip frame (O t ) onto the curve shape (S p ), and the resultant projected point on the reference curve is (p p ).

Problem Resolution: A geometrical curve could be represented either in an explicit form, an implicit form or a parametric form [Struik, 1988]. The explicit form is useful to plot graph; since the equation of independent variable is formed by the dependent ones (e.g., y = mx + b for describing a straight line in R 2 ). However, the implicit form is more useful than the explicit one because it groups all the variables on one side of equation (e.g., f (x,y) = x 2 + y 2 = r 2 for a circle in R 2 , while a sphere in R 3 f (x,y,z) = x 2 +y 2 +z 2 = r 2 ). A parametrized curve is more helpful than the implicit form to define a geometric curve or a path; since the coordinates of each point of the curve are defined as functions of one parameter. For instance, a parametrized spiral A parametrized curve is generally defined as (S p : I p → R n ) a function that maps an interval I p = (a,b) to the space R n [Carmo, 1976, Struik, 1988]. In order to have a smooth curve, it should be differentiable with respect to the curve parameter c p . Thus, the corresponding point to dS p dc p = Ŝp (c p ) = 0 is called a regular point. Otherwise, the corresponding point to Ŝp (c p ) = 0 for c p ∈ I p is called a singular point. Thereby, a regular parametrized differentiable curve is considered as a curve without singular points.

Arc length: The curve S p (s p ) is commonly parametrized by its arc length (s p ). The arc length is expressed as the length of a segment between two consecutive points ( Ŝp (c p i ) and Ŝp (c p i+1 )) onto the geometric curve. If the curve is differentiable, its arc length is defined as: Tangent vector : Since the curve S p (s p ) is defined as a function of the arc length, the derivative of such a vector results into a tangent vector to the curve, and its unitvector is determined as:

s p (c p ) =
k p = dS p (s p ) ds p = S p (s p ). (4.3)
The rate of change of the unit tangent vector k p is the measure for the curve curvature (C p (s p ) = k p (s p ) ). The curve curvature can thus calculated as [Kreyszig, 1991]:

C p = S p (s p ) • S p (s p ).
(4.4)

Normal vector : Since the vector k p is unit-vector, thereby the dot product by itself equals one (k p • k p = 1). The derivative of latter expression with respect to the arc length, it becomes (k p • k p = 0) which means that the vector k p is perpendicular to the vector k p (FIGURE 4.5). With the assumption that the vector k p is not equal to zero, which implies the curvature is different from zero, its unit vector is called principal normal vector (n p ). It is thereby formulated as:

n p = k p (s p ) k p (s p ) = k p (s p ) C p . (4.5)
Bi-normal vector : In order to form the Frenet frame, a third vector is defined by the cross-product between the two vectors k p and n p . The resultant vector (b p ) is called bi-normal vector and it determined as:

b p = k p × n p .
(4.6) By defining the latter vector, the orthogonal basis of Frenet frame are formed by the three vector {k p , n p , b p }. The origin point of such frame is defined by projecting the tool tip frame onto the geometric curve.

Curve torsion: Another important feature is the curve torsion (τ p ) which measures how the curve winds out of the plane formed by k p and n p . By differentiating the bi-normal vector b p with respect to the arc length, the resultant has the following form:

b p = k p =Cpnp × n p =0 + k p × n p .
(4.7)

Thus, the vector b p is perpendicular to k p . the vector b p is also perpendicular to b p ; since b p = 1. In addition, the vector b p is parallel to n p , which implies (b p = τ p n p ). Thereby, the curve torsion is determined as [Kreyszig, 1991]:

τ p = -b T p n p .
(4.8)

Frenet frame: The Frenet-Serret formulas are defined as [Struik, 1988, Kreyszig, 1991]: (4.9) or in a matrix form as: Path following error: Back to the path following problem, the origin point of Frenet frame should be deduced by finding out the shortest distance between the tool tip frame and the reference curve. This problem is solved by projection the tool tip O t onto the reference curve S p (s p ). Suppose that the curve is sampled with n points (m 0 • • • m n ). The first step to determine the projected point on the curve p p is calculating the shortest distance between the tool tip O t and the sampled points. Assume that the sample point m k is the closest point to the tool tip. Then the vector ---→ m k O t is required to be projected onto the tangential unit-vector k p , as depicted in FIGURE 4.6. Thus, the projection distance d pf can be determined as:

k p = dk p ds p = C p n p n p = dn p ds p = -C p k p + τ p b p b p = db p ds p = -τ p b p ,
  k p n p b p   =   0 C p 0 -C p 0 τ p 0 -τ p 0     k p n p b p   . ( 4 
d pf = (I 3×3 -k p k T p ) ---→ m k O t . (4.11)
Hence, a triangle is formed between the points {m k , O t , p p }. Since the vectors d pf and ---→ m k O t are known, then the vector ---→ m k p p is computed as:

---→ m k p p = ---→ m k O t + d pf = p p -m k . (4.12)
Consequently, the projected point p p is easily determined as:

p p = m k + ---→ m k p p . (4.13)
Since the the projected point p p is known, the projection distance d pf can be calculated as:

d pf = O t -p p . (4.14)
This simple form of d pf allows to simplify the calculation of the differential kinematics. (4.15)

The velocity of the projected point along the reference path (v p = ṡp k p ) could be represented as the multiplication between: i) the speed of projected point ( ṡp ) along the path which is also known as the curvilinear speed, and ii) the instantaneous tangential unit-vector k p .

In case that the parametric equation that describes the reference curve is unknown, for instance when the surgeon draws the reference curve on a tablet, the instantaneous unit-vector k p could be determined numerically. It can be estimated from two consecutive sample points (m k and m k+1 ) onto the reference curve (FIGURE 4.7) as:

k p = m k+1 -m k m k+1 -m k . (4.16)
The time-derivative of the unit-vector k p can also be obtained numerically as:

kp = dk p dt = ∂k p ∂s p ds p dt = k + p -k - p 2 s p ṡp ,
(4.17)

k + p = m i+2 -m i+1 m i+2 -m i+1 , and 
k - p = m i -m i-1 m i -m i-1 (4.18)
where ( s p = s p k+1 -s p k-1 ) is the arclength between two consecutive sample points onto the reference curve, (k + p ) and (k - p ) are the previous and the next tangential vectors, respectively.

Recall that the Frenet frame is formed by the three basis {k p , n p , b p }. The vector d pf is collinear with the base n p , while the vector kp is in the same direction as the base n p . It implies that the vector kp is perpendicular to both vectors k p and b p . Another vector (Ω p ) is defined along the unit-vector b p (FIGURE 4.7) as:

Ω p = ṡp C p (s p ). (4.19)
In fact, the latter rotation vector is a geometric representation to determine the rate of change of the unit-vector k p in function of the path curvature C p (s p ) and the curvilinear speed ṡp . Thus, the unit-vector kp is reformulated as:

kp = Ω p × k p = ( ṡp C p (s p )) × k p .
(4.20)

By replacing the unit-vector kp in (4.20) by that in (4.17), the resultant becomes equals to:

k + p -k - p 2 s p ṡp = ṡp (C p (s p ) × k p ) . (4.21)
Consequently, the path curvature C p (s p ) is deduced analytically as:

C p (s p ) ∼ = -k p × k + p -k - p 2 s p . (4.22)
Since the projection distance d pf is perpendicular to the unit-vector k s , the dot product between these two vectors should be null (d T pf k p = 0). The time-derivative of this dot product is concluded as:

ḋT pf k p + d T pf kp = 0. (4.23)
For deducing the projected point speed ṡp , both sides of equation (4.15) are multiplied by the dot product of the unit-vector k p and the equation becomes as:

ḋT pf k p = v T t k p -ṡp k T p k p 1 . (4.24)
By substituting the dot product ḋT pf k p in (4.23) by that in (4. 24), and by replacing the unit-vector kp in (4.23) by that in (4.20), the required curvilinear speed ṡp is calculated as:

ṡp d T pf (C p (s p ) × k p ) + v T t k p -ṡp = 0 v T t k p = ṡp 1 -d T pf (C p (s p ) × k p ) (4.25) ṡp = v T t k p 1 -d T pf (C p (s p ) × k p )
.

(4.26) Equation (4.26) represents the curvilinear speed ṡp along the reference path in terms of: i) the tool tip velocity v t , ii) the path curvature C p (s p ), iii) the instantaneous tangential vector k p , and iv) the projection distance d pf . Back substituting (4.26) in (4.15), the time-derivative of the path following error becomes:

ḋpf = I 3×3 - k p k T p 1 -d T pf (C p (s p ) × k p ) v t .
(4.27)

The velocity profile of tool tip v t in the latter equation (4.27) is free to be chosen and independently from the path parameters. Thereby, the problem now is to choose the adequate controller which deduces the tool tip velocity to minimize the projected distance d pf . (4.28) whereby (β) is a negative gain for returning to the path (see Section 4.1.3), and (α) is a positive gain for advancing along the path.

The weighting coefficients (α and β) provide a priority choice between the two velocity components. The choice of such weighting coefficients affects the system performance and its stability. 

v ret v adv v t Figure 4
.9: The influence of the path following error d pf on the control velocity of the tool tip v t , while using the gains choice (4.30).

Choice of weighting coefficients: A possible option to determine the value of α and β is to impose a constant speed for the tool tip ( v t = v tis ). This speed v tis depends on the interaction between the tool (i.e., cutting or imaging tool) and the tissue. Hence, equation (4.28) is reformulated as:

v t 2 = α 2 k p 2 =1 + β 2 d pf 2 = vret 2 = v 2 tis . (4.29)
The tool velocity along the tissue v tis is defined by the surgeon, while the gain parameters are formulated in function of this velocity v tis . A first option is defined as:

if            v ret 2 < v 2 tis , β = constant α = v 2 tis -v ret 2 v ret 2 > v 2 tis , β = constant α = 0 (4.30)
This first option is represented graphically in FIGURE 4.9. In case that the tool is not far from the desired path, the first condition in (4. [START_REF] Salami | Piezosurgery in otologic surgery: four years of experience[END_REF] is chosen in order to advance along the path and to regulate the tool deviation from the reference path. In fact, the v adv is reducing when the d pf is increasing, and the v ret is also increasing (FIGURE 4.9). On the opposite, the second condition in (4.30) is chosen where the priority is returning the tool tip to the reference path and the tool can not advance along the path. An alternative option is choosing the gain coefficient β in function of the path curvature. This second option increase exponentially the gain β when the path curvature increases. It is formulated as:

v t at C p =0 v t at C p =1 v t at C p =2 ( 
β = β 1 + 1 -e ε Cp(sp) (4.31)
where (β ) is a negative gain for returning to path, and (ε) is a negative gain for sensing the amount of curvature.

When the path curvature is null (i.e., a straight path), the term e ε Cp(sp) tends to be one, and the term (1 -e ε Cp(sp) ) becomes null. On the opposite, when the path curvature is big, the term e ε Cp(sp) tends to be zero, and the term (1 -e ε Cp(sp) ) goes to one. FIGURE 4.10(a) shows the output of the term (1 -e ε Cp(sp) ) when reducing the gain ε. Such a reduction of the gain ε will increase the gain β in order to return faster to the reference path.

However, the path curvature may change its direction along the path. Thus, a sign function is added to the latter equation in order to detect the variation of the curvature direction, and it becomes equal to:

β = β 1 + sign d T pf (C p (s p ) × k p ) 1 -e ε Cp(sp) α = v 2 tis -v ret 2 , v ret 2 < v 2 tis 0, v ret 2 > v 2 tis (4.32)
This second option allows the controller adapting automatically the variation of the path curvature. FIGURE 4.10(b) shows the controller output which changes according to the path curvature.

Stability condition

Since the path following task is a non-linear problem, the stability condition is studied based on Lyapunov stability [Khalil, 1996]. Let us consider the following Lyapunov candidate:

V = 1 2 d T pf d pf ⇒ V > 0 when d pf = 0 V = 0 when d pf = 0 . (4.33)
The time-derivative of a Lyapunov function (4.33) should be a negative scalar (in case d pf = 0) and null (in case d pf = 0) in order to ensure the system stability. Therefore, the necessary condition for V to be a well-formed Lyapunov function is:

V < 0 when d pf = 0 V = 0 when d pf = 0 where V = 1 2 (d T P F ḋpf + ḋT pf d pf ) = d T pf ḋpf .
(4.34)

By applying the control tool tip velocity (4.28) on the path following kinematics (4.27), the resultant velocity of the projected distance is modified to:

ḋpf =      αk p - αk p =1 k T p k p 1 -d T pf (C p (s p ) × k p )      +      βd pf - βk p =0 k T p d pf 1 -d T pf (C p (s p ) × k p )      (4.35) ḋpf = α 1 - 1 1 -d T pf (C p (s p ) × k p ) k p + βd pf . (4.36)
Back substituting (4.36) in (4.34) to verify the system stability, the time-derivative of Lyapunov function becomes:

V = α 1 - 1 1 -d T pf (C p (s p ) × k p ) d T pf k p =0 + βd T pf d pf . (4.37)
Thereby, the V is reduced as, thanks to the orthogonality property between the two vectors d pf and k p :

V = βd T pf d pf = 2βV. (4.38)
For achieving an asymptotic convergence, the coefficient β should be a negative scalar in order to satisfy the necessary condition. In that case, equation (4.38) expresses an exponential stability. However, the coefficient α should be positive. It does not affect the system stability but rather it changes its performance. An experimental assessment is performed in Section 4.3.1 to show the influence of the ratio between these coefficients.

Task priority controller

During a surgical intervention, it is required to accomplish a global task by performing multiple subtasks simultaneously. Let consider a subtask ( ėi ∈ R m i ) given by: ėi = L i e v e , where i=1,2,...,j (4.39)

whereby ( e v e ∈ se(3)) is the control vector which is required to be computed, and (L i ∈ R m i ×n ) is the interaction matrix which describes the i th subtask. Indeed, the interaction matrix L i is a function which describes how the control vector e v e will modify the error ėi . For instance, the visual servoing control [Hutchinson et al., 1996, Chaumette andHutchinson, 2006] assumes that the vector e 1 = f ( w M e (t)) is the error between the measured features (i.e., a visual features extracted from an image) and the desired ones. This error is in function of the end-effector's pose w M e (t) ∈ SE(3) expressed in the world frame. The vector ė1 is the time variation of the error e 1 . If it is required to ensure an exponential decrease of the error (i.e., ė1 = -be 1 ), the solution is e v e = -bL † 1 e 1 . This inverse solution is the control velocity of the end-effector in order to decrease the error towards zero.

Generally, the inverse solution of a task is not guaranteed because the interaction matrix L 1 is a non-linear function, its dimensions can be different from square, and its rank could be locally deficient. Thereby, an approximation is done thanks to the least-square solution ( e v e = L † 1 ė1 ), where The estimated L † 1 is achieved by the psuedoinverse. In other words, if the exact solution does not exist, the solution will minimize Chapter 4

e v e -L † 1 ė1 . Such a solution was extended to include additional subtasks by applying the projection gradient technique which its general form given by [START_REF] Nakamura | Taskpriority based redundancy control of robot manipulators[END_REF]]:

e v e = L † 1 ė1 + (I -L † 1 L 1 )z 1 (4.40)
where (z 1 ) is an additional vector to be optimized, (L † 1 ) is the estimated inverse of the interaction matrix L 1 . The second part in the right hand side of (4.40) is a homogeneous solution that is done by the projector operator (I -L † 1 L 1 ). Such an operator allows to map a second subtask ė2 into the null-space (or Kernel ) of the first one. Such a subspace contains all solutions to L 1 e v e = 0. Let defines a range space (or manipulable space) of the interaction matrix as R(L i ), and a null space (or redundant space) as N (L i ) [START_REF] Hanafusa | Analysis and control of articulated robot arms with redundancy[END_REF], Nakamura et al., 1987]. The manipulable space is considered as space which collects all combinations of the manipulator variable ėi . These combinations can be produced by different values of e v e which belongs to the range of L i . The redundant space is considered as space which contains the remaining DOF which are not used by the manipulator to accomplish the desired task. These two spaces are shown in FIGURE 4.11, where the subspaces S M 1 = R(L 1 ) and S M 2 = R(L 2 ) are the manipulable spaces of the first and second tasks, respectively, while the subspaces S R 1 = N (L 1 ) and S R 2 = N (L 2 ) are the redundant spaces of the first and second tasks, respectively. The subspace U is S ⊥ R 1 which means the orthogonal complement of subspace S R 1 . It also indicates the contribution of e v e to the first manipulator variable ė1 . This contribution is represented by the first term in the right hand side of equation (4.40). The subspace V is S R 1 ∩ (S R 1 ∩ S R 2 ) ⊥ which can contribute the the second manipulator variable ė2 without disturbing the first one b 1 .

It is defined by the second term in the right hand side of equation (4.40). The subspace W is S R 1 ∩ S R 2 which means the remaining DOF and can be applied for performing the third task ė3 , if it is required. It is defined as the second term in the right hand side of equation (4.42).

The vector z 1 in (4.40) could be any criteria (a secondary task) needed to be added to the first task. This additional task will not affect the first one since it is located in the null-space of the first task. If the secondary task is defined as b 2 = L 2 e v e , the equation (4.40) is injected in the latter expression, the resultant becomes as:

ė2 = L 2 L † 1 ė1 + (I -L † 1 L 1 )z 1 = L 2 L † 1 ė1 + L 2 (I -L † 1 L 1 ) L2 z 1 . (4.41)
Hence, the vector z 1 is deduced from the previous equation as:

z 1 = L † 2 ( ė2 -L 2 L † 1 ė1 ) + (I -L † 2 L2 )z 2 (4.42)
whereby (z 2 ) is another criteria vector which is projected in the null-space of the secondary task. By replacing (4.42) in (4.40), the general projection gradient form is redefined as:

e v e = L † 1 ė1 + (I -L † 1 L 1 ) L2 † ( ė2 -L 2 L † 1 ė1 ) + (I -L2 † L2 )z 2 = L † 1 ė1 + (I -L † 1 L 1 ) L2 † ( ė2 -L 2 L † 1 ė1 ) + (I -L † 1 L 1 )(I -L2 † L2 )z 2 .
(4.43)

A third task could be introduced in the third term on the right hand side of (4.43), and a recursive form could be obtained. The second term of (4.43) is simplified as [START_REF] Maciejewski | Obstacle avoidance for kinematically redundant manipulators in dynamically varying environments[END_REF]]:

e v e = L † 1 ė1 + L2 † ( ė2 -L 2 L † 1 ė1 ). (4.44)
The equation (4. 44) shows the solution of e v e to satisfy both tasks ė1 and ė2 in a hierarchical form. In fact, the first task consumes some of the robot DOFs, and the remaining DOFs of the robot are used by the second task.

Following a path under RCM constraint

Recall that the RCM task was defined in (3.94) and (3.99), ėrcm3D and ėrcm1D respectively. These equations describe the differential kinematics of the RCM angular error3 . They are also valid to control either a straight tool or a curved one. Thus, the simplify notation of RCM task is: (4.45) This equation is considered as the first task with the highest priority. In order to ensure an exponential decreasing of the RCM error, a proportional controller is formed as:

ėrcm = L ercm e v e .
-λe rcm

ė1 = L ercm L 1 e v e .
(4.46)

The secondary task in the hierarchy is the path following task. The control velocity of the tool tip was defined in (4.28). Such a velocity can be represented with respect to any desired frame. By selecting the end-effector frame, the tool tip linear velocity is related to the twist velocity of the end-effector as: whereby Le pf = L e pf I -L † ercm L ercm . Equation (4.49) computes the control twist vector in order to achieve the path following task under the RCM constraint.

e v t = [I -[ e et] × ]

Following a path under UCM constraint

Recall that the UCM task was defined in (3.104) as:

-α obs λe rcm ė1 = L ercm L 1 e v e .
(4.50) whereby (α obs ) is the stiffness of the virtual spring (3.103) which is located between the tool body and the incision wall. Besides that, the distance between the incision wall to the incision centre point is characterized by three distant spaces (FIGURE 3.24): i) a minimum distance (d min ), ii) a maximum distance (d max ), and iii) a critical distance (d cri ).

The strategy to achieve the UCM task alongside the path following task is done by switching the priority between both tasks (4.50) and (4.48), respectively. Such a hierarchy is defined in term of the tool position within the incision hole. Therefore, the incision hole is divided into two main regions: i) the safe region begins from the incision centre point until the critical distance, and ii) critical region is bounded between the critical distance and the orifice wall.

Case: tool within the safe region The tool is free to move within this region, when the norm of projected distance d rcm is smaller than the critical distance d cri . During this situation, the path following task (4.48) has the highest priority and the secondary task is the UCM task (4.50). Therefore, the end-effector twist vector is defined as the general form of projection gradient method (4.44):

e v e = L † Case: tool within the critical region When the norm of projected distance d rcm is bigger than the critical distance d cri , the tool is forced to get back into the safe region.

In this situation, the UCM task becomes the first priority and the path following has a lower priority. Consequently, the end-effector twist vector is refined as:

e v e = -α obs λL † e RCM e rcm + L † 

Numerical validation

The results obtained in this part are performed with the simulator which is presented in Section 3.3. The scenario of the tool motion is generally divided into two phases: i) Approach phase starts when the tool is located outside the incision hole. During this phase, the tool should approach the incision hole and align the tool pose with respect to that of the incision hole. ii) Insertion phase begins when the tool passes the external surface of incision hole.

During this phase, the tool should maintain the RCM/UCM constraints and it should follow the reference path within the patient's body. The flowchart of the complete controller which performs the proposed scenario is shown in FIGURE 4.13. It is also valid to control the proposed simulator as well as a real robot4 . However, the only difference between both setups (i.e., the simulator and the robot) is the usage of a camera (i.e., the second block in FIGURE 4.13). Therefore, a virtual camera is added to the simulator.

The user starts the program by initializing the different gain parameters (i.e., λ for the alignment task (4.46), γ for the approach task (4.55), and v tis , β and for the path following task (4.32)). In fact, the tasks are arranged during the approach phase as: i) the alignment task (4.46) with the highest priority, and ii) the secondary task is reducing the distance error (4.54) between the initial position of the tool tip frame o t and that of trocar point frame o r . Such an error is regulated by a simple proportional controller as: and the tool tip motion expressed in the camera frame. It shows also the initial frame of the end-effector and that of the tool tip. FIGURE 4.14(c) presents the control velocity which is applied to the end-effector in order to follow the desired path. In the beginning, the tool regulates the errors along the x-and the z-axes, then it follows the path along the y-axis. After that its velocity along the x-axis is active, while the velocity along the y-axis is deactivated. In the end, the tool velocity along the z-axis reaches the desired velocity to finish the reference path.

Effect of β : As proved in Section 4.1.3, β should be a negative scalar to achieve the system stability. The influence of β is shown in FIGURE 4.14(b) by varying its value from -0.5 to -10, while the others weighting factors kept constant (i.e., v tis = 2mm/s and = -1). By reducing β , the system reaches quickly the stability point, as depicted in FIGURE 4.14(b). This graph shows that the path following error d pf is reduced exponentially as designed. It is difficult for the controller to predict a pointed corner (i.e., discontinuous path). Therefore, two peaks are observed in the error plot, where a zoom is made on one of these two peaks as presented in FIGURE 4.14(b). To eliminate such a peak, the pointed corner should be smoothed by adding a fillet to the corner. It means that the path should be continuous in order to remove the error's peaks. Effect of v tis : The influence of v tis is presented in FIGURE 4.15 by changing its value from 1 to 4mm/s, while the others weighting factors kept constant (i.e., β = -2.5 and = -1). If v tis is high, the system will finish the reference path quickly but the path following error will be larger. On the contrary, when v tis is small, an additional perturbation may add to the system due to the dry friction between the robot joints but the robot will be more precise. Thereby, there is a compromise to choose the gain values in order to obtain the desired performances. The value of β should be greater than v tis in order to ensure that the returning component has a greater priority than the advance component.

Straight tool follows a "UROCS" path: The last trial consists of following a path with sharp edges (FIGURE 4.16) which is considered as a more complex path compared to the previous trial. This trial tests a reference path which is defined as the word "UROCS" on an inclined plan, as depicted in FIGURE 4.16(a). In fact, this trial is repeated three times by varying β from -2, -4, to -10, while the other gain parameters remain constant (i.e., v tis = 2mm/s, = -1). The zoom plot in FIGURE 4.16(a) shows the output results when β = -10. FIGURE 4.16(b) shows the peaks which result from the pointed corner since the reference path is formed by a combination of line segments. The mean error of the path following is reduced during the three configurations from 0.05mm, 0.03mm to 0.01mm, respectively. The standard deviation is also reduced from 0.18mm, 0.15mm, to 0.11mm. During all simulations, the sample time was constant T e = 0.005second (i.e., 200Hz).

Task priority controller

The aim of this part is to test the complete controller which combines the path following task with either the RCM or the UCM tasks. This controller was presented in Section 4.2. Approach phase: During this phase, it is required to achieve two tasks: i) the alignment task (4.46) in order to correct the angular error e rcm3D , and ii) the approach task (4.54) for eliminating the error e app between the initial position of the tool tip and the incision point. Moreover, the tasks priority throughout this phase is arranged in the same order as mentioned respectively. Therefore, the gain parameters λ and γ, in equations (4.46) and (4.54) respectively, effect the system performances (FIGURE 4.17). The blue star line in FIGURE 4.17(a) and (b) shows the system behaviour when the two parameters are equal (i.e., λ = γ = 1). The upper graph in FIGURE 4.17(c) shows the errors e rcm3D and e app . When the value of λ is greater than γ (i.e., black round line in FIGURE 4.17(a) and (b)), the system tends to reduce the alignment task error e rcm faster than the approach task error e app . This behaviour is observed in the middle graph in FIGURE 4.17(c) where the approach error took more time, compared to the upper graph in the same figure, in order to be eliminated. In opposition, when γ is greater than λ, the approach task converges faster than the alignment task (plus line in FIGURE 4.17(a) and (b)). The lower graph in FIGURE 4.17(c) demonstrates that the RCM angular error e rcm3D consumed more time, compared to the upper graph in the same figure, in order to be eliminated.

Therefore, it is recommended to chose the gain λ bigger than the gain γ in order to ensure that the RCM task has priority over the approach task. The approach error is also used to switch between the approach and the insertion phases. When the error e app = 0.1mm, the controller switches to the insertion phase.

Insertion phase: During this phase, it is needed to achieve two tasks: i) the path following task (4.48) in order to eliminate the error d pf , and ii) the alignment task with respect to the incision hole which can be done either by the RCM task (4.46) or the UCM task (4.50). Thus, the path following gain parameters (i.e., v tis , β and in equation (4.32)), alongside the alignment task parameters (i.e., λ and α obs in equations (4.46) and (4.50)) have their impact on the system performances.

RCM movement with a straight tool : This trial performs the complete scenario, where the tool is initially placed far from the incision hole. Then the tool approaches to the centre point of the incision hole (4.54), while the tool aligns its pose with that of the incision hole (4. 46). After that the tool should follow the reference path (4.48) under the RCM constraint (4.46). Throughout the insertion phase, the RCM task has the highest priority while the path following is the secondary task. Indeed, a straight tool is used to follow the "uRoCS" path as depicted in FIGURE 4.18(a). This plot shows also how the tool body stayed on the centre point of the incision hole while the tool tip reaches the distal target points.

Throughout the approach phase, the angular RCM error e rcm and the approach error e app are depicted as a black dash line in the upper and the lower graphs in FIG-URE 4.18(b), respectively. As expected, the alignment error e rcm is exponentially reduced (see the upper graph in FIGURE 4.18(b)). In addition, the approach error switches the controller to the insertion phase, when e app = 0.5mm (see the lower graph in FIG- During the insertion phase, the RCM error e rcm and the path following error d pf are illustrated as a blue continuous line in the upper and the lower graphs in FIG-URE 4.18(b), respectively. As expected, the RCM error e rcm remains constant at zero. In fact, some numerical noise is measured as 0.001 ± 0.002 • (the mean error plus or minus the standard deviation error). The path following error was also small through this phase, where the mean and the standard deviation errors were 0.007 ± 0.01mm.

The gain parameters was chosen as λ = 2, γ = 1, v tis = 2mm/s, = -1, β = -4 and T e = 0.005s. The control twist velocity is also presented in FIGURE 4.18(b).

RCM movement with a curved tool : This trial repeats the previous trial but it uses a circular tool as depicted in FIGURE 4.19(a). During the approach phase, the task priority controller arranges the RCM task (4.46) as the highest priority and the approach task (4.54) as the secondary priority. The angular RCM error e rcm3D and the approach error e app are reduced exponentially as expected (see the black dash lines in the upper and the lower graphs in FIGURE 4.19(b), respectively).

Through the insertion phase, the controller has encountered difficulties to achieve the global objective by arranging the RCM task (4.46) as the highest priority and the path following task (4.48) as the secondary priority. Indeed, the RCM task added too may constraints on the curved tool. Besides that, the controller cannot find out the optimal solution to satisfy both the RCM task and the path following task. Thereby, the hierarchical form is changed to consider the path following task as the highest priority and the RCM task as the secondary task. Consequently, the path following error d pf was small during this phase, where its mean error and its standard deviation were 0.016 ± 0.017mm and (see the blue continuous line in the lower graph in FIGURE 4.19(b)).

In opposition, the RCM error e rcm3D was big, where its mean error and its standard deviation were 1.68 ± 1. UCM movement with a curved tool : This trial uses the circular tool as the previous trial but it applies the UCM constraint. Through the approach phase, the task priority controller is similar to the previous trial. Indeed, it sets the highest priority for the alignment task (4.46), while the second priority for the approach task (4.54). During the insertion phase, it is required to execute the UCM task. Thus the incision hole is divided into three distances: i) the minimum distance d min where a safe region is defined from this distance until the centre point of the incision hole, ii) the maximum distance d max where a critical region is described between this distance and the d min , and iii) the critical distance d cri where a dangerous region is characterized between this distance and the incision wall. These regions are used to select the tasks hierarchy and the stiffness of the virtual spring α obs . The zoom plot in FIGURE 4. 20(a) represents the critical distance d cri by a circle on the XZ-plan of the incision hole frame. Throughout the simulation, the tool body does not violate the incision wall and the tool laid on the incision wall to reach the distal target points.

The controller arranges the tasks according to the projected distance of the incision hole's centre point onto the tool body d rcm . If the Euclidean norm of the projected distance d rcm is smaller than the d min = 0.5mm, then the tool body is located in the safe region where the controller executes only the path following task (4.48). When the tool stands in the critical region (i.e., d min ≤ d rcm < d max , where d max = 0.75mm), the controller arranges the path following task as the highest priority and the UCM task (4.50) as the secondary priority. When the tool is located in the dangerous region (i.e., d max ≤ d rcm ≤ d cri , where d cri = 1mm), the controller changes the priority by putting the UCM task as the first priority and the path following task as the second task.

This switching between the tasks priority generates an oscillation around the d max level as depicted in the upper and the middle graphs of FIGURE 4.20(b). This oscillation is also observed in the control twist velocity in FIGURE 4. 20(c). However, the tool tip is successfully finished the reference path. The path following error d pf is presented in the lower graph of FIGURE 4.20(b), where its mean error and its standard deviation are measured as 0.1 ± 0.05mm. This error d pf is bigger than that of the previous trial. Despite that the angular RCM error is smaller than the previous trial, where its mean and its standard deviation during this trial was 0.89 ± 0.11 • .

Note that the values of gain parameters were λ = 2, γ = 0.25, T e = 0.005s, v tis = 2mm/second, = -1 and β = -8.

Experimental validation

Before the intervention begins a CAS (Computer Assistant Surgery) software which will co-operating with the surgeon to decide the best strategy for reaching the region of interest within the patient's body. These pre-operative decisions are taken with the help of a planning software which creates a numerical model based on the pre-operative medical images. Besides that, the planning software assists to identify the optimal path/trajectory (e.g., [START_REF] Gerber | Surgical planning tool for robotically assisted hearing aid implantation[END_REF], Gasparetto et al., 2015]). Such an advanced planning software will be discussed in the perspectives; since the objective of this part is validating the control laws which guides a real robot throughout the intervention. Thereby, the different reference paths are defined by simple geometrical curves as spiral or a combination of straight lines.

During the intra-operative phase, a navigation software starts collecting information regarding the robot internal state (i.e., the pose of its end-effector with respect to its base) and its relative pose with respect to the targeted anatomical structure. The relative pose of the robot's end-effector is a very important information during this phase. The visual servoing control approaches [Chaumette andHutchinson, 2006, Azizian et al., 2014] are convenient methods to guide the manipulator pose; since they mimic the perception sense of the surgeon. Such methods use a real-time imaging (e.g., conventional endoscope, optical coherence tomography or ultrasound) to detect, track and guide the instrument (e.g., [START_REF] Krupa | Combined image-based and depth visual servoing applied to robotized laparoscopic surgery[END_REF], Voros et al., 2007]).

This section evaluates the proposed controller during the navigation phase in order to guide a real robot for following a reference path under the constraint of RCM or UCM.

Trials with a parallel robot

This part evaluates the proposed approaches in order to follow a pre-defined 3D path besides that it maintains either the constraints of RCM or UCM. In addition, this part assesses the proposed control laws without the clinical environment.

The trials in this part were done by using a parallel robot of type 3PPSR. Indeed, this tripod robot is actuated by six DC continuous motors which control the six prismatic The robot's end-effector carries the tool adaptor which holds a standard surgical tool. The surgical tool (Figure 4.22) could be either: i) a straight tool where its diameter varies from 2.4mm at its base to 0.5mm at its distal tip, ii) a curved tool formed by a piecewise straight segments where its diameter varies from 2.5mm at its base to 1.75mm at its distal tip, or iii) a curved tool formed by a portion of a circle where its radius is around 83.5mm and the tool diameter is 1mm.

The low-level control of robot (i.e., inner PID loop, static and differential kinematic models) is done by a PLC (Programmable Logic Controller) which communicates with a computer (a 2.33-GHz Xeon Intel CPU with a Windows distribution). The higher level control of robot (i.e., the task priority, the RCM/UCM movement and the path following controllers) is done on another computer (a 3.20-GHz i5 core Intel CPU with a Linux Besides that, the high level control computer is used to communicate with a monocular camera for tracking and estimating the pose of end-effector in real-time (Figure 4.23). Thus, the off-line camera calibration must be done as the first step in order to estimate the camera parameters (i.e., intrinsic and extrinsic parameters). Such a procedure could be done with the help of ViSP (Visual Servoing Platform6 ) library [START_REF] Marchand | Visp for visual servoing: a generic software platform with a wide class of robot control skills[END_REF] or Matlab camera calibration toolbox7 . It is important to well calibrate the exteroceptive sensor (i.e., the camera); since its error will influence the controller performances. In fact, the calibration errors will be added to the external perturbations that act on the system, and the controller should overcome these perturbations. In other words, if the camera calibration is not good, the pose estimation of the target object in the camera frame (i.e., the pose of end-effector and that of incision hole) will not be precise. If the calibration errors are relatively small, the controller could converge to the stability. On the opposite, if the calibration error is relatively big, it will be difficult for the controller to compensate these errors.

After the calibration step is done, the primary images are acquired by the control camera to extract the visual features of the target objects. This process allows estimating the initial pose of the end-effector and that of the incision hole in the camera frame. In fact, Dementhon algorithm [START_REF] Dementhon | Model-based object pose in 25 lines of code[END_REF] is used to estimate the (b) screen shot at the end of insertion phase instantaneous pose of the extracted features with respect to the camera frame (using a single camera). This algorithm is robust for estimating the pose of an object but it required at least four features to deduce the pose. Thereby, a circular pattern is used to detect and track the incision point as presented in Figure 4.23. The wall of incision hole is formed by a piece of paper in order to verify that the tool body does not hit and tear the incision wall.

The complete experimental setup with the parallel robot is presented in Figure 4.23, where two additional cameras are added in order to observe the incision wall. However, these visualization cameras are not contributing in the control loop. They are only displaying the acquired images on the screen of the control computer, as shown in Figure 4.24. Another circular pattern is fixed on the tool holder in order to detect and track the end-effector pose. Besides that, the tool tip pose is easily deduced since the tool is rigid and its geometry is known. Thus the homogeneous transformation between the end-effector and the tool tip is fixed.

Straight tool follows a path under the RCM constraint: tool for following a spiral path under the RCM constraint. Figure 4. 25(a) shows the motion of tool tip during the approach and the insertion phases. During the approach phase, the task priority controller sets the alignment task (4.46) as the highest priority and the approach task (4.54) as the secondary one.

During the insertion phase, the controller arranges the RCM task (4.46) as the first task, and the secondary one is the path following task (4.47). The angular RCM error e rcm3D during this phase was measured as 0.05 ± 0.03 • , its mean value plus or minus its standard deviation, while the path following error d pf was also measured as 0.08 ± 0.04mm. The errors evaluation during the trial is presented in value of d rcm during the insertion phase 0.67 ± 0.23mm and its median value as 0.73mm, while the boundaries are defined as d min = 0.5mm, d max = 0.75mm and d cri = 1mm. Moreover, the measured path following error d pf was 0.208 ± 0.12mm and its median value 0.207mm. In fact, the lateral alignment error is coupled with the path following error, where the oscillation of d rcm error around the boundary d max causes the d pf to oscillate. Indeed, these oscillations are resulted from the virtual spring which pushes the tool body in order to return to the safe region. These results are produced with the gains values of λ = 0.8, v tis = 2mm/second, β = 4 and T e = 0.05second.

Curved tool follows a path with UCM constraint: This trial uses the same controller to guide a curved tool. The output results are presented in Figure 4.27(a). The spiral reference path is tested as the previous trial but it is rotated about the z-axis. 

Toward clinical trials

This part conducts the trials on a serial robot within ARTORG Centre. The robotic system of ARTORG was explained previously in Section 2.2. In brief, the system is dedicated to cochlear implantation. It consists of a serial robot [START_REF] Bell | A self-developed and constructed robot for minimally invasive cochlear implantation[END_REF], and a stereo camera for tracking the motion of the patient and the robot ( Straight tool follows a path: The objective of this trial is testing the path following controller without any constraints on the tool motion. Such a trial is done by milling an artificial bone, as shown the final result in Figure 4.29. This figure presents also the serial robot which holds a driller. A marker is fixed above the driller tool in order to estimate the pose of the end-effector and that of the tool tip in the camera frame. Another marker is fixed on the artificial bone in order to determine the relative pose of the end-effector with respect to the "patient".

The milling process simulates the ablation action around a facial nerve which is defined as a sine wave. Indeed, the bone surface is coated with a green color, and then the driller bur begins by removing a small layer on the upper side of the facial nerve. After that, the driller leaves 2mm along the z -direction which represents the nerve thickness, and then it begins to drill the lower side of the nerve in order to isolate it.

The actual path done by the tool tip during this trial is shown in where the measured error d pf throughout this trial equals 0.018mm and 0.03 ± 0.039mm for its median value and its mean value plus or minus its standard deviation, respectively. Figure 4. 30(c) shows the control twist velocity of end-effector, where the linear velocity of the end-effector has a rectangular wave form. Since the reference path is defined as a sine wave, then the time-derivative of this path becomes a rectangular wave which represents the control velocity.

Conclusion

The chapter began by presenting the path following task. It described the advantage of applying such a controller. Afterwards, the chapter proposed two types of controller to reduce the path following error (i.e., controllers in (4.30) and (4.32)). The second controller (4.32) can anticipate the path curvature because it is formulated in function of the path curvature and the path following error. Thereby, the controller (4.32) is used during the simulation and the experimental validation. However, a comparison should be performed between these two controllers. This track will be studied in the future. The projection gradient technique was also presented in this chapter. It allows arranging the different tasks (i.e., the path following task alongside the RCM/UCM task) in a hierarchical form. It was difficult for a curved tool to follow a reference path under the RCM constraint, where the RCM task is defined as the highest priority and the path following task is considered as the secondary one. However, the controller overcomes the previous difficulty by inverting the priority of the tasks.

The proposed solution to achieve the unilateral constraint is indeed a simple one. It is required for the perspectives to add a damper to the controller and to consider more complex situations. For instance, the incision orifice could have an irregular shape at the surface plan. Besides that, the orifice constraints would be more complex by adding the internal walls of the orifice. Thereby, it would be useful to check the collision of the complex orifice geometry and the tool body.

Table 4.1 summarized the different trials which were conducted either by the simulator, the parallel robot or the serial robot. 

Geometric solution

General Conclusion

Cholesteatoma surgery is a difficult intervention compared to other middle ear procedures (e.g., stapedectomy or cochlear implantation) since the surgery should: i) drill the mastoid bone in order to reach the middle ear without causing any damage to the important anatomical structures (e.g., facial nerve, chorda tympani or carotid artery), ii) remove all cholesteatoma cells from the middle ear cavity to avoid that small residual cells expand again, iii) reconstruct the ear functionality that was affected due to the cholesteatoma.

The design of a minimally invasive surgical robotic system for a cholesteatoma intervention is not an easy task, and it requires further developments in terms of clinical and engineering technologies. The system should help the surgeon to achieve the above-mentioned objectives. The thesis started with a focus on the clinical aspects of cholesteatoma disease and the robotic systems dedicated to otological surgeries. This review showed also the requirements and specifications for designing and implementing a robotic system to deal with the cholesteatoma surgery.

Important aspects such as an innovative medical imaging system allowing an accurate detection of the cholesteatoma and a flexible micro-manipulator within the middle ear are not deepen during this thesis. These topics are vast domains of research and they require too much time of investigation and developments. Besides that, these advanced topics will enhance the surgical outputs but they are not the basic bricks to implement the required robotic system. The fundamental work is the ability to guide a standard/commercial surgical tools for performing a complex surgical task. For instance, this task could be: i) milling a mastoid bone in order to reach the middle ear cavity, ii) scanning Chapter 4 a region of interest, or iii) ablating soft tissues. The ability to model these movements geometrically and then implement an adequate controller for releasing some constraints on the mechanical design. For instance, the RCM movement was originally achieved by a complex kinematic structure and a simple controller. Now, a complex controller can perform the RCM movement with a simple mechanical structure. Thus, the thesis focuses on the control aspect to guide the standard surgical tools, as a first step toward the cholesteatoma robotic system.

A complex surgical task is divided into sub-tasks in order to simplify the whole problem into small ones. A basic task is to follow a reference curve defined by the surgeon. Thereby, a first contribution is the proposition of a path following controller. A geometrical method was presented to describe how a tool tip can follow the desired path. In fact, the surgeon defines the required tool velocity which depends on the tooltissue interaction. Then the controller adapts the tool velocity to maintain the required velocity and to follow the reference path independently from its shape, curvature or size.

Another basic task is to preserve the incision walls. Therefore, some constraints should be imposed on the tool's movement in order to prevent the patient's head damage. A second contribution was proposed to satisfy this requirement by formulating of a UCM (Unilaterally Constrained Motion) controller. A geometrical description is given to demonstrate such a constrained motion. It is applicable when the diameter of the entry orifice is bigger than the tool diameter (i.e., a standard mastoidectomy incision or the external ear canal). Throughout a UCM movement, the proposed controller guides a tool to follow a reference path without any problem until the tool gets closer to the incision wall, then the controller applies a virtual spring to keep the tool away from the incision wall. In the future, it will be needed to add a virtual damper in order to reduce the repulsive behaviour of the controller. Besides that, it will be required to consider the entry orifice with an irregular form.

A final task is imposing more constraints on the tool motion by reducing the diameter of the entry orifice until it becomes slightly bigger than the tool diameter. Consequently, a third contribution is an RCM (Remote Centre of Motion) controller. A geometric method is used to describe the RCM constraint. It is helpful besides the path following controller in order to become minimally invasive during the intervention. It can be applied to reduce the incision hole created by a mastoidectomy procedure into a conical shape tunnel. Such a tunnel has a small diameter at the external surface of the mastoid bone, and the tunnel diameter expands gradually until the bigger diameter at the tunnel base. For the perspectives, it will have to extend this controller in order to become more generic by guiding a bendable tool. It will also require proposing a robust method for choosing the optimal gain parameters which are used for the different task (i.e., the path following task and the RCM/UCM tasks).

A simulator was implemented as a first step in order to validate the proposed controller. This simulator was helpful at the beginning of the fundamental development because it allows testing the controller without the experimental problems. Once, the controller performances are validated on the simulator, the controller was assessed on a parallel robot at FEMTO-ST, and then with a serial robot at ARTORG.

Perspectives

There are various tracks to follow-up our work. A first track could be helpful during the pre-operative phase is performing an automatic segmentation of auditory system (e.g., a review on the segmentation method of medical image [START_REF] Pham | Current methods in medical image segmentation[END_REF]). The advantages of the automated segmentation are: i) the creation of a surface model of auditory system based on the pre-operative medical images, and ii) the reduction of the planning phase time. Indeed, the planning software is an important issue to be subjected to further researches in the future. It will assist the surgeon in determining i) the optimal access tunnel to reach the middle ear cavity, and ii) the optimal strategy to remove the infected cells. The automatic detection of cholesteatoma from the pre-operative images is another challenging problem. Based on the numerical model of an auditory system, a realistic simulator could be implemented (FIGURE 1). The advantages of the simulator are: i) the planning of realistic surgical gestures, ii) the testing of the proposed control laws, and iii) the testing of the bendable tool different configurations. The last point will be discussed later in this section. Indeed, the actual way to conceive the virtual scene requires an expert for performing a manual segmentation. It is also complicated for transforming the MRI or CT images into a compatible format which is readable by a C++ library. Thereby, an easier way could be found for generating the virtual scene in a 3D graphical application.

An advanced level of such simulator could be improved in order to implement a surgical training platform based on the virtual reality. The advanced simulator could also be equipped with a master console which would be helpful for the real robotic system as well. A feature as a master console allows a tele-operation between the surgeon and the slave robot. It is also suitable to integrate a haptic feedback (e.g., [Okamura, 2004, Bolopion andRégnier, 2013]) which is similar to the touch sense. Besides that, the robotic system could be more co-operative by adding the augmented reality feature (e.g., [Shuhaiber, 2004, Van Krevelen and Poelman, 2010, Lanchon et al., 2016]). Such a feature helps the surgeon during the operation by superimposing a graphical illustration on the user's view of the real world. Still, the previous features consume time and the real problem is how to turn it in real-time.

Detecting the cholesteatoma cells during the intra-operative stage is another challenging problem. The OCT and ultrasound imaging techniques are promising methods to detect the infected cells as they provide a 3D image of the scene. However, a clinical study is required to compare the performances of the different imaging methods. The way is open to find out an alternative for distinguishing between the healthy and infected cells based on other techniques, for instance, the electrical properties of cholesteatoma cells. Such a technique is applied before for detecting the facial nerve during a cochlear implantation [START_REF] Ansó | Feasibility of using emg for early detection of the facial nerve during robotic direct cochlear access[END_REF].

After the detection of infected cells, they should be removed. Therefore, the design of an ablation tool is an important issue. Applying an ultrasound as an ablation tool is a good solution; since the same tool can also be used as an imaging tool. This solution also reduces the number of tools used during the operation. Still, it is required further investigations: i) to reduce the probe diameter which is adequate with the dimensions of middle ear cavity (e.g., [START_REF] Torbatian | Imaging the auditory system: A new application of highfrequency ultrasound[END_REF]), and ii) to find out the right frequencies for the removal and the detection of cholesteatoma cells. Other ablation tool types are open for discussion, for instance, a tool based on MEMS technology. Figure 2 shows an example of an ablation tool dedicated to remove the big debris of cholesteatoma. It is mainly composed of: i) a pre-deformed elastic tube which changes its curvature when it translates through the base tube, and ii) a suction/irrigation tube where a cutter is fixed at its tip. Such a design is not easy for fabrication and assembly.

This design leads us to another important topic which is the design of a bendable tool. The required micro-bendable tool allows: i) holding the different tool types (i.e., imaging and ablation tools), and ii) improving the robot dexterity within confined spaces. As a result, an optimization study should be performed to identify exactly the important parameters as, the optimal diameter, curvature and number of sections. This study should be done independently with no reliance on the choice of actuation source.

The realistic simulator will be useful for this study because it permits testing various configurations of the flexible structure based on real values (i.e., the numerical models obtained from various patients). For instance, a first trial may begin by testing an hits with the critical anatomical structures. Additional sections could be added to find out the optimal combination. After the optimal parameters of bendable tool are defined, the choice of actuation source must be done. A first track was proposed in [START_REF] Swaney | Design, fabrication, and testing of a needle-sized wrist for surgical instruments[END_REF], Fichera et al., 2017] for a cable-driven bendable tool which consists of creating an asymmetric cutouts in an elastic tube (Figure 3). Such a solution is a good candidate compared to symmetric cutouts because it allows reducing: i) the actuation force since its moment arm is long (Figure 3), and ii) the number of actuated cable for liberating more space within the tube cavity. [START_REF] Swaney | Design, fabrication, and testing of a needle-sized wrist for surgical instruments[END_REF] Figure 4 shows a reproduction of the model proposed in [START_REF] Swaney | Design, fabrication, and testing of a needle-sized wrist for surgical instruments[END_REF] which allows a better understanding of the mathematical model. This first prototype is composed of a bendable tube of Nitinol which has rectangular cutouts for making the tube deflect easily from one side. One DC motor is used to pull the cable for deflecting the tube while a second DC motor is applied for rotating the tube about its central axis.

The cutout shape could also be modified for reaching a maximum deflection. Figure 5 proposes an extension of the previous concept which makes the cutout as a pyramid with a filleted peak. The distal end of this first stage bendable tool contents a small orifice for passing through a secondary bendable tool.

This secondary stage could be actuated by another type of actuation source for achieving a hybrid concept, for instance, EAP or a magnetic field. However, it is challenging to integrate this secondary stage due to the tiny dimensions of middle ear cavity and the miniaturization constraints. Therefore, it requires more detailed study with the miniaturization techniques for the development of micro-and/or nano-robots [Dong andNelson, 2007, Nelson et al., 2010] which should improve the biopsy and the therapy of auditory system disorders and diseases. Finally, the perspectives could be summarized as:

• Short term: i) consider an irregular form of the incision hole and include a virtual damper to the UCM controller, ii) implementing a robust controller, iii) propose a robust method for the choice of the gain parameters, iv) extend the path following controller with that of the RCM/UCM to guide a bendable tool. • Long term: i) implement a realistic simulator with a planning software, ii) medical imaging tool for detecting the cholesteatoma cells through the intervention, iii) innovative ablation tool for the large debris and the residual small cells, iv) flexible manipulator: detecting, tracking, modelling and controlling, v) mechatronics device for an easy and fast exchange between the different tool types, vi) a detailed study about the danger that could occur during the operation due to the usage of the proposed system.
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R ésum é :

Cholest éatome est une maladie affectant l'oreille moyenne qui peut potentiellement conduire à de graves complications (par exemple, surdit é or paralysie faciale) en l'absence de traitement. Actuellement, le seul traitement efficace de cette maladie, est une intervention chirurgicale. Cependant, une telle m éthode est invasive et induit une forte incidence de cholest éatome r ésiduel. Par cons équent, le patient peut subir plus d'une intervention chirurgicale (souvent deux, ou voire plus). Ainsi, un syst ème robotique original a ét é propos é afin d' éliminer cette incidence en enlevant efficacement toutes les cellules infect ées d ès la premi ère intervention chirurgicale, et surtout permettre une intervention la moins invasive possible. Ce manuscrit traite des diff érents d éfis auxquels il faut r épondre pour d évelopper de nouvelles proc édures chirurgicales tout en s'inspirant des approches de micro-robotique. Il est également une question de la d éfinition d'un cahier des charges n écessaire à la mise en oeuvre d'un syst ème micro-robotique efficace et s ûr qui contribue à une meilleure chirurgie du cholest éatome. De plus, ce document traite du d éveloppement de lois de commande d édi ées à ce type de chirurgie mini-invasive. En effet, ces lois permettent de contr ôler les mouvements d'un instrument rigide (droit ou courb é) en tenant compte de contraintes anatomiques (par exemple, le trou d'incision, le nerf facial et les osselets), et d'effectuer une t âche secondaire telle qu'un suivi de chemin (correspondant aux t âches clinique comme r ésection ou balayage de surface). Une forme hi érarchique est également appliqu ée dans l'espace Cart ésien (ou l'espace des t âches) afin de conserver la priorit é entre les diff érentes t âches. Ce contr ôleur est une couche modulaire qui peut être ajout ée à diff érentes structures robotiques. Le contr ôleur propos é a montr é de bons r ésultats en termes de pr écision apr ès une validation exp érimentale sur des robots parall èle et s ériel.
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Micro-robotique m édicale, M écatronique, Commande de robot, Suivi de chemin, Mouvement sous contrainte, Asservissement visuel

Abstract:

Cholesteatoma is a disease affecting the middle ear, which can potentially lead to serious complications (e.g., hearing loss or facial nerve paralysis) in the absence of treatment. The only treatment in the current medical practice is a surgical intervention. However, such a method is invasive and induces a high incidence of residual cholesteatoma. Therefore, the patient may end up being exposed to more than one surgical operation (often two, or even more). Thus, a novel robotic system has been proposed to eliminate this incidence by removing in efficient manners all the infected cells from the first surgery, and especially achieve a minimally invasive surgery. This manuscript shows the different challenges which have to be tackled for developing new surgical procedures while taking inspiration from micro-robotic approaches. It is also a question of defining the requirements and the specifications necessary for implementing an efficient and safe mirco-robotic system for a better cholesteatoma surgery. In addition, this manuscript clarifies the development of control laws attributed to such type of minimally invasive surgeries. As a matter of fact, these laws contribute in controlling the motion of a rigid tool (either straight or curved) under the anatomical constraints (e.g., the incision hole, the facial nerve and the ossicles), and performing a secondary task such as following a path (corresponding to clinical tasks as resection or scanning). A hierarchical form is also applied in the Cartesian space (or task-space) in order to maintain the priority among the various tasks. This controller is a modular layer which can be added to different robotics structures. The proposed controller has shown good results in terms of accuracy after experimental validation on parallel and serial robots.
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 1 Figure 1: A conceptual scheme of µRoCS system.
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 11 Figure 1.1: The different parts of the auditory system.
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 12 Figure 1.2: The carotid artery behind the auricle with the jugular vein and the parotid gland 1 .
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 1 Figure 1.3: (a) The different parts of the inner ear, (b) the fluid path within the cochlea with its cross section.
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 14 Figure 1.4: The human skull 5 with the anatomical direction reference.
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 1 Figure 1.5: (a) The different parts of tympanic membrane; (b) the three layers of tympanic membrane.
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 1 Figure 1.7: (a) Anterior view of the tympanic cavity with the anterior wall removed 8 , (b) lateral view of the tympanic cavity.
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 1 Figure 1.8: Description of the tympanic cavity walls 8 with the important structures which are surrounded by a rectangle.
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 1 Figure 1.10: A Comparison between: (a) normal tympanic membrane, and (b) infected middle ear with cholesteatoma.
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 11 Figure 1.11: A comparison between (a) retraction pocket disease in the tympanic membrane, and (b) tympanic membrane with perforation.
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 1 Figure 1.13: (a) The standard position of surgeon within the operation room with a zoom of the otomicroscopy, and (b) conceptional scheme of an otomicroscopy limitation.
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 1 Figure 1.14: MRI images show a primary acquired cholesteatoma by the arrows [Vercruysse et al., 2006], where the MRI techniques are (a) echo-planar DWI, (b) T1-weight.
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 1 Figure 1.15: Comparison of cholesteatoma imagery[START_REF] Levy | Optical imaging with a high-resolution microendoscope to identify cholesteatoma of the middle ear[END_REF] between fluorescence (the left image where the cholesteatoma cells are the bright grey pixels) and histological (the right image where the arrow presents a thin layer of keratin).
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 1 Figure 1.16: OCT image of (A) normal mucosa; (B) keratin layer (bracket) over the mucosa [Djalilian et al., 2010].
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 1 Figure 1.17: The endaural approach [Hildmann and Sudhoff, 2006]: (a) top view, and (b) side view.

  called mastoidectomy and it consists of creating a big hole behind the auricle (Figure 1.19(a)). Indeed, this category is divided into two types: canal wall down and canal wall up. Canal wall down: This technique is too invasive and it creates a big orifice within the mastoid portion. It also sacrifices the posterior portion of the external ear canal (Figure 1.19(b))
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 1 Figure 1.19: (a) Initial step to the postauricular approach [Hildmann and Sudhoff, 2006], and (b) the top view of the canal wall down process, where the external ear canal is removed.

Figure 1 . 20 :Figure 1 . 21 :

 120121 Figure 1.20: Canal wall up process [Hildmann and Sudhoff, 2006]: (a) top view, (b) side view (the green region is the removed bony portion while the blue region is preserved).
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 11 Figure 1.23: (a) A conceptual scheme of the MEMS ablation tool [Gosline et al., 2012], and (b) a global view of the MEMS tool mounted on a concentric tube robot.
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 2 Figure 2.1: The concept scheme to use segmentation methods for generating a surface model of the auditory system.

  Figure 2.2: µRoCS conceptual scheme.
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 2 Figure 2.3: Examples of robotic platforms for minimally invasive surgery in different medical applications. (images: Bimanual endonasal [Burgner et al., 2011], PRECEYES 1 , ARTORG [Bell et al., 2012], µRalp 2 , Robodoc 3 , Mako 4 , Da Vinci 5 , Magellan 6 , Niobe [Carpi and Pappone, 2009], Neuromate 7 )
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 2 Figure 2.6: The different components of ARTORG robotic system: (A) robot arm; (B) surgical driller; (C) head clamp; (D) optical tracking; (E) touch screen as the interface to the planning software [Bell et al., 2012].
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 2 Figure 2.7: (a) Schematic diagram of conceptual setup between the laser and the OCT [Zhang et al., 2014]; (b) experimental setup; where (1) CO 2 laser, (2) OCT, (3) beam combiner, (4) 6-DOF parallel platform [Zhang and Worn, 2014].
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 2 Figure 2.8: Microtable: (a) early design concept [Labadie et al., 2009]; (b) boneattached parallel robot with preposition frame (PPF) and automatic image-guided microstereotactic (AIP) frame [Kratchman et al., 2011].
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 2 Figure2.9: (a) OTOBOT robotic system for mastoidectomy[START_REF] Danilchenko | Robotic mastoidectomy[END_REF]; (b) bone attached robot with the positioning frame[START_REF] Dillon | Preliminary testing of a compact bone-attached robot for otologic surgery[END_REF].
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 2 Figure 2.11: (a) Master-slave RobOtol surgical system, (b) experimental setup of RobOtol [Miroir et al., 2010].
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 2 Figure2.12: (a) Master-slave MMS-II surgical system with forceps tool[START_REF] Maier | A new micromanipulator system for middle ear surgery[END_REF]; (b) master-slave MMTS surgical system, where (1) joystick console, (2) energy supply, (3) MMS, (4) active gripping adapter, (5) carrier robot, (6) patient phantom, (7) OR-table.
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 2 Figure 2.13: The concept of the proposed bendable endoscope.
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 2 Figure 2.14: (a) Global view on the Quadromanual robot, and (b) zoom on the four arms of robot [Swaney et al., 2012].
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 2 Figure 2.16: (a) Global view on the different components of Sensi robotic system 10 ; (b) the Artisan catheter and its bending angle.
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 2 Figure 2.17: Comparison between different imaging techniques 11 .
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 2 Figure 2.18: Conceptual schema to demonstrate the required DOF for the manipulator and the end-effector.
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 2 Figure 2.19: Different control architectures: (a) CAS, (b) image-guided, (c) visual servoing.
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 33 Figure 3.1: A 3D conceptual scheme for the comparison between the movements of (a) Remote Centre of Motion (RCM), and (b) Unilaterally Constrained Motion (UCM).
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 3 Figure 3.3: A 2D conceptual scheme for the comparison between the movements of (a) Remote Centre of Motion (RCM), and (b) Unilaterally Constrained Motion (UCM).
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 3 Figure 3.4: Examples about the special mechanisms of RCM: (a) patent by Taylor et al. [Taylor et al., 1995], and (b) Da-Vinci 1 robotic manipulator.
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 3 Figure 3.5: A comparison between the robot control in (a) joint-space, and (b) taskspace.
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 3 Figure 3.6: The scheme shows the different notation and vectors used to describe geometrically the RCM movement.

Figure 3

 3 Figure 3.8: Conceptual scheme of the system with the various reference frames (i.e., the origin points of: the world frame O w , the end-effector frame O e , the tool tip frame O t , the RCM frame O r , and the camera frame O c ), and the evaluation of a curved tool to move from one point to another one under the RCM constraints.
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  Figure 3.9: Conceptual scheme of a straight tool inserted through an incision hole, and the vectors notations for describing the RCM movements.
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 3 Figure 3.10: The relation between the 3D RCM angular error and the angle θ which is defined between the vectors e y and e u er .

  ėrcm3D = e y × e uer + e ẏ =0 × e u er =0 .
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 3 Figure 3.11: Geometrical representation of the projection operator P ⊥ .

  Figure 3.11. The projector operator P ⊥ maps the points a and b onto the line u (Figure 3.11).
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 3 Figure 3.12: An example of linear velocity which can be expressed in different frames.

e

  v r/e = e v e/e + e ω e/e × e er = [I 3×3 -[ e er] × ] Lv r e v e/e e ω e/e e v e/e

  18) in (3.16), the unit-vector e uer is reformulated as: derivative of the RCM angular error is thus redefined by substituting (3.19) in (3.10), and it equals to:ėrcm3D = [ e y] × L ur Le rcm3D e v e (3.20) 

Figure 3 .

 3 Figure 3.13: A conceptual scheme to represent the different spaces and how the interaction matrix maps one space to other one.

  e y] × (I -e u er e u T er )[I -[ e er] × ] e y] × (I -e u er e u T er )( e u er + 0) = -1 e er [ e y] × ( e u er -e u er e u [ e y] × ( e u er -e u er ) =0 = 0.

  e y] × (I -e u er e u T er )[I -[ e er] × ] e y] × (I -e u er e u T er )(0 -e er × e u er =0 ) = 0.

(

  e uer × ue rcm3D ) T ( e uer × ue rcm3D ) =1 -e er 2 nc3nc4( e uer × ue rcm3D )

Figure 3 .

 3 Figure 3.14: The relation between the 1D RCM angular error and the angle θ which is defined between the vectors e y and e u er .

  er × ( e y × e u er ))0 3×10 3×1 e u er × ( e y × e u er ) e u er 1 n c5 ( e y × e u er )

  n c5 =e er 2 ( e u er × ( e y × e u er )) T ( e u er × ( e y × e u er ))=1+ ( e y × e u er ) T ( e y × e u er )=1 = e er 2 + 1. (3.43)Proof of the analytical kernel matrix : The first column of (3.42) multiplied by L e rcm1D , then the resultant is: e y T (I -e u er e u T er )[I -[ e er] × ] e y T ( e u er -e u er ) =0 = 0.

(
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 3 Figure 3.15: Examples of the geometry of the RCM movements, where the desired tool tip velocity e v t goes in (a) the right direction, or (b) the left direction.

e

  v r/e = e v t/e + e ω e × e ere et = e tr (3.56)

Figure 3

 3 Figure 3.16: Geometric representation to deduce the end-effector angular velocity.

  e ω × e tr = e tr × e v Res e tr 2 × e tr = 1 e tr 2 ( e v t/e + γ rot e y) × e tr × e tr

  .63) By applying the previous formula, the equation (3.62) is redefined as: e ω e × e tr = -1 e tr 2   e tr e tr T ( e v t + γ rot e y) + ( e v t + γ rot e y) e tr T e tr = e tr 2 e tr e tr T ( e v t + γ rot e y) -( e v t + γ rot e y).

e-

  tr e tr T e v t -e v T t e tr e y T e tr e tr e tr T e y = e tr e tr T e vt =0 ( e v t + γ rot e y) = -( e v t + γ rot e y). (3.68) Such a result proves that the assumption of e ω e (3.61) and the choice of γ rot (3.67) are well done. By substituting (3.67) in (3.61), the control angular velocity of end-effector is determined. Finally, the resultant of this substitution replaces the angular velocity in (3.54) for deducing the control linear velocity of the end-effector. The control twist velocity of end-effector is thus formulated as: e v e = e v e e ω e =   e v t -e ω e × e et 1 e tr 2 ( e v t + γ rot e y) × e tr   ∈ R 6×1 .

  Figure 3.18: The geometrical description for i) projecting the incision centre point (O r ) onto the curved tool, and ii) deducing analytically the linear velocity of projected point e p t along the tool.
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 3 Figure 3.19: Zoom on the geometric description of the tool curve and the incision point O r at the instantaneous positions where: (a) the projected point p t is located between the origin of incision point and the centre of curvature circle O ct , and (b) the mirror condition of (a).
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 320 Figure 3.20: Zoom on the geometric description of the tool curve and the incision point O r at the instantaneous positions where: (a) the point O r is located between the two points p t and O ct , and (b) the mirror condition of (a).

Figure 3 . 21 :

 321 Figure 3.21: Zoom on the geometric description of the tool curve and the incision point O r at the instantaneous positions where the point O Ct is located within the segment formed between O r and p t .

  ėrcm1D = -e u T et e uer + e uT et e u er .(3.98)Compute the interaction matrix : By replacing the unit-vectors e uer and e uet in the latter equation by (3.19) and (3.93), respectively, the time-derivative of RCM angular error is obtained as: ėrcm1D = -e u T et L uer + e u T er L u et

Figure 3 .

 3 Figure 3.22: A comparison between the straight and curved tools.
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 323 Figure 3.23: Simulated motion 3 for visualizing the difference between: i) bilateral and unilateral constraints, and ii) the usage of straight and curved tool.
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 3 Figure 3.24: A geometric representation for the UCM concept.

Figure 3 . 25 :

 325 Figure 3.25: The sigmoid form of the virtual spring stiffness.

eFigure 3

 3 Figure 3.27: Block diagram of the client/server communication: (a) simulated robot, and (b) real robot.

  Figure 3.28: Testing only the RCM task with a straight tool by changing the position of the trocar point in a straight path. The test is repeated with three different values of λ.
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 3 28(b) shows the Euclidean norm of the RCM angular error which determined as in equation (3.70). This error calculates the angle between both vectors e u et and e u er . The right graph in Figure 3.28(b) shows that a higher value of λ leads to a quicker convergence, where the total time to finish the path was 163 seconds, 54 seconds and 27 seconds, respectively for λ = 0.5, λ = 1.5 and λ = 3. In fact, the control twist vector of the end-effector is increased by augmenting the value of λ, as depicted in Fig-ureS 3.28(c) and 3.28(d). The oscillation form observed in the latter graphs represents the exponential convergence between two consecutive points on the reference path, as depicted in the left graph of Figure 3.28(b).
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 329 Figure 3.29: Testing only the RCM task with a straight tool by changing the position of the trocar point in a spiral path.
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 330 Figure 3.30: Testing only the RCM task with a piecewise straight tool in a spiral path.

  Figure 3.31: Testing only the RCM task with a curved circular tool in a spiral path.
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 4 Figure 4.1: The progress of Frenet frame along a Lissajous curve 1 .

Figure 4

 4 Figure 4.2: A comparison between the performance of a path following controller (the dash blue line on the right) and a trajectory tracking controller (the dash dotted green line on the left) for the same geometric curve (the continuous brown line).
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 4 Figure 4.3: The concept of projecting the tool tip onto the geometric curve.
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 44 Figure 4.4: The progress of Frenet frame along a spiral curve 1 .

  Figure 4.5: Examples of different curve types, and the corresponding unit tangent vectors and the principal normal vectors.

  characterize the Frenet frame along a regular parametrized differentiable curve. The evolution of Frenet frame along a spiral curve is shown in FIG-URE 4.4. To plot this figure, the origin point of Frenet frame changes its location along the curve's sample points, and then the basis of frame are computed, as previously presented in equations (4.3).

Figure 4 . 6 :

 46 Figure 4.6: The concept of projecting the tool tip onto the geometric curve.
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 4 Figure 4.7: The different reference frames and notions deployed for describing the path following scheme.
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 48 Figure 4.8: The geometric concept of the path following controller.

Figure 4

 4 Figure 4.10: (a) The controller sensitivity to the path curvature, (b) the influence of the path following error d pf and the path curvature C p on the control velocity of the tool tip v t , while using the gains choice (4.32).
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 4 Figure 4.11: The difference spaces of the projection gradient.

Figure 4 .

 4 Figure 4.12: The UCM movement of the tool to follow the desired path.
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 4 Figure 4.13: Flowchart of the simulator to execute the desired path under the RCM/UCM constraints.
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 4 Figure 4.15: The path following error during the simulated motion of the linear path while changing the value of v tis .

  Figure 4.16: A "UROCS" path done by a straight tool, while changing the value of β from -2 to -10.

  Figure4.17: The controller performances during the approach phase while varying the values of λ and γ.

  URE 4.18(b)).

  Figure 4.18: The trial of the path following task with the RCM task while using a straight tool.

  Figure 4.19: The trial of path following task with the RCM task while using a circular tool.

  15 • (see the blue continuous line in the upper graph in FIG-URE 4.19(b)). The gain parameters were λ = 0.5, γ = 0.25, T e = 0.005s, v tis = 2mm/s, = -1 and β = -4.

  FIGURE 4.19(c) presents the control twist velocity of end-effector.
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 420 Figure 4.20: The trial of the path following task with the UCM task while using a circular tool.
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 421 Figure 4.21: Conceptual scheme of the parallel robot.
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 4 Figure 4.22: The different tool types, where a straight tool is located on the bottom, a piecewise straight tool is located in the middle, and a circular shape tool is located on the top.

Figure 4 . 23 :

 423 Figure 4.23: The experimental setup with the different coordinate frames of the endeffector, tool tip, incision hole and camera.
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 424 Figure 4.24: Screen shot of the control computer, where the upper two windows are the images acquired by the visualization cameras, the lower left window is the images acquired by the control camera, and the lower right window is displaying the instantenous errors of both RCM and path following tasks.
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 425 Figure 4.25: The trial of path following task with the RCM task while using a straight tool.

  Figure 4.25(b), while the control twist velocity of end-effector is present in Figure 4.25(c). The values of gain parameters were λ = 0.8, γ = 0.25, T e = 0.05s, v tis = 2mm/second and β = -4. Straight tool follows a path under the UCM constraint: This trial uses a straight tool for following a spiral path with UCM constraint.

  Figure 4.26: The trial of path following task with the UCM task while using a straight tool.

Figure 4 .

 4 Figure 4.27: The trial of the path following task with the UCM task while using a curved tool.

  Figure 4.28). It is also certified by the CE (Conformité Européene) and it is adapted for clinical trials.

Figure 4 .

 4 Figure 4.28: Conceptual scheme of the serial robot within the operation room.

  Figure 4.30(a). The error of path following task d pf during the motion is presented in Figure 4.30(b),
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 429 Figure 4.29: The experimental setup with the robotic system of ARTORG.

Figure 4 . 30 :

 430 Figure 4.30: The trial of path following task with the RCM task while using a straight tool.
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 1 Figure 1: The window of the proposed realistic simulator with the different options.

  Figure 2: A tool concept for cholesteatoma removal based on concentric tube principle.

Figure 3 :

 3 Figure 3: A comparison between the symmetric and the asymmetric cutouts [Swaney et al., 2017].

Figure 4 :

 4 Figure 4: First prototype of bendable tool based on the model of[START_REF] Swaney | Design, fabrication, and testing of a needle-sized wrist for surgical instruments[END_REF] 

Figure 5 :

 5 Figure 5: A secondary concept of the bendable tool.
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The outer skin of the human body is composed of three layers: epidermis is the outer layer, "epi" in Greek means "upon or over", the medial layer is dermis and the hypodermis is the last layer, also called subcutaneous. Beneath these three layers, there are fats.

A membrane lining all body passages that communicate with the air, such as the respiratory and alimentary tracts and having cells and associated glands that secrete mucus. The mucus is a substance that consists chiefly of glycoproteins, water, cells, and inorganic salts and is secreted as a protective lubricant coating.

The images are available online on: http://doctorlib.info/medical/anatomy/37.html

The singular is meninx which is a fine membrane. The meninges are the three membranes enclosing the brain and spinal cord (i.e., dura mater, pia mater and arachnoid mater).

This nerve carries information about the sensation of taste from the anterior two-thirds of one side of the tongue.

i.e., producing keratin which is a tough, insoluble portion substance that is the chief structural constituent of hair, nails, horns, and hooves.

It means sudden rise of the disease. The disease also stays relatively for short duration compared to chronic.

It means that the disease stays for long duration.

It implies a formation or a discharge of pus. Pus is generally a viscous, yellowish-white fluid formed in infected tissue, consisting of white blood cells, cellular debris, and necrotic tissue.

ATIH: Agence Technique de l'Informatique sur l'Hospitalisation (French healthcare database). [online] http://www.atih.sante.fr/statistiques-par-ghm-0

Related to medical diagnostics, sensitivity and specificity are statistical measures of the performance of a binary classification test, where i) sensitivity measures the proportion of positives that are correctly identified (e.g. the percentage of sick people who are correctly identified as having the condition), and ii) specificity measures the proportion of negatives that are correctly identified (e.g. the percentage of healthy people who are correctly identified as not having the condition)
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Neuromate platform is commercialized by Renishaw [online]. http://www.renishaw.com/en/ neuromate-stereotactic-robot--10712

Intuitive Surgical, Inc. [online]. http://www.intuitivesurgical.com/products/davinci_ surgical_system/davinci_surgical_system_si/

Sensei and Magellan robotic systems, Hansen Medical [online]. http://www.hansenmedical.com/ us/en

CS Betz, V Volgger, SM Silverman, M Rubinstein, M Kraft, C Arens, BJF Wong. Clinical optical coherence tomography in head and neck oncology: overview and outlook. 2013. [online]. http: //www.oapublishinglondon.com/article/419

More information about Cellvizio is available online. http://www.maunakeatech.com/en/ cellvizio

Intuitive Surgical, Inc., http://www.intuitivesurgical.com/

This operator gives a matrix whose columns form an orthogonal basis of the kernel of Le rcm3D .

See sections 3.3 and

4.2 for more details about the simulator and the task priority controller, respectively.

See Section 4.4 for more details about the experimental validation which is conducted by a real robot.

See Section 4.3 for more details about the simple simulator with the complete controller.

µRALP (Micro-technologies and Systems for Robot-Assisted Laser Phonomicrosurgery). [online]. http://www.microralp.eu/

See Section 3.1.2 for more details about the bilateral constraints.

See the next Section 4.4 for more details about the experimental validation.

Addition information about the PI parallel robot SpaceFAB SF-3000 BS is available online.https://www.physikinstrumente.com/en/products/parallel-kinematic-hexapods/ hexapods-with-motor-screw-drives/sf-3000-bs-spacefab-1204400/

ViSP library is available online. https://visp.inria.fr/

Camera calibration toolbox for Matlab is available online. http://www.vision.caltech.edu/ bouguetj/calib_doc/ (a) screen shot at the beginning of approach phase
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Chapter 4

During the insertion phase, the task priority controller acts as explained previously in Section 4.2. The aim of this part is identifying the strategy to choose the gain parameters.

3D path following controller

The path following task was explained in Section 4.1.2. The proposed controller in equation ( 4.32) has two variables which are: i) the desired velocity along the path v tis , and ii) the gain coefficient for returning to the path β . These variables are free to be chosen by the user. The objective of this part is to show the effect of these variables on the system performance.

Straight tool follows a straight path: To better understand the choice of these variables (i.e., v tis and β ), FIGURE 4.14 visualizes the choice effect. A step input for the controller is performed by defining a simple linear curve that translates in the plans XY , Y Z and XZ, respectively (FIGURE 4.14(a)). This graph shows the reference path (a) the simulated motion in the 3D space