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MO Micro-optics. The context of this thesis is under the development of the multiphoton microendoscope which is developed by the Photonics department at XLIM laboratory. The images taken by the novel acquisition system have a narrow field of view. The main aim of this thesis is to construct a mosaic from the image sequence to have a full view panorama.

The development of medical imaging has revolutionized the way physicians, biologists, scientists and patients observe organisms to assess health and diseases. The medical equipments allow users to view inside living objects with or without cutting them open. While some machines such as X-ray machines, MRI machines, CT and PET scanners provide macroscopic views of body parts and organs, the microscope technology is designed to magnify the image of cells and objects that are too small to view with naked eyes. Thus, the microscope technology is one of the most innovative inventions and has always been an essential tool for assessment of cell and tissue biology. However, a traditional microscope requires a surgical biopsy, meaning samples of tissues must be taken out from the patient to be examined. This process, however, is costly, takes a long time and is sometimes impossible to take samples from all the suspect parts.

The multiphoton microscope used in conjunction with optical fibers can obtain histological examination of living tissues in real time. Such a multiphoton microscope can be referred to as multiphoton microendoscope. This technology overcomes the limitations of classical microscopes in the way it removes or limits surgical biopsies.

In additions, it carries out the advantages of the multiphoton microscope technology that could produce high resolution optical sectioning, high contrast and least phototoxicity within a thick sample. The optical fiber of the microendoscope scans over time on living objects. Each scan has a spiral path starting from the center to the periphery of the region to be captured, covering a disc-shape. Consequently, the important information, usually located at the center of the region, is emphasized. Despite all the advantages of the multiphoton microendoscopic, processing of the images acquired by this machine suffers from several aspects. The spiral sampling takes place temporally along the spiral path. This process produces a list of points on an irregular grid. The measurements are more at the center than at the borders of the image. The absences of some pixels and information redundancies disrupt the reconstruction of the image. Such images reveal features which introduce additional complexities to process. In addition, the movements of the probe and of the living tissue often cause motion distortions and local displacements.

Furthermore, although the multiphoton microendoscope can provide high resolution images, it can not capture a full region of a large area at once. The clinician needs to move the probe around the region to capture several images. It is difficult for physicians to look at several images with a narrow field of view and give an accurate assessment. Thus, it is important to construct an accurate panorama from the image sequence in order to enhance the field of view. This will in turn help physician have a good interpretation of the images, especially when it may relate to human lives.

This thesis is set out towards the goal of providing an accurate wide field of view in optical biopsy to the clinicians. There are several important building blocks in the pipeline to construct a mosaic. Also, it is indisputable that an appropriate nonrigid registration is necessary to compensate for the soft deformations and distortions of the images in the sequence. This is not only true for microendoscopic images but also for other kinds of medical images.

Scientific objectives

As mentioned earlier, the aim of this thesis is to construct a mosaic from the microendoscopic image sequence. This also consists of finding a supportive non-rigid image registration technique that accounts for noise, local deformations and is adapted with the data on irregular grids. Before providing an appropriate approach, these questions should be answered:

The first question is how to find a framework that is adaptable with irregu-larly sampled data, while to the best of our knowledge, most of the existing applications process the images on a regular grid?

The second question is how to account for the noise and distortions that are unavoidable during the capture?

For such kind of irregularly sampled data, it is important to find an appropriate data representation that helps the mathematical study of the data. In recent years, the signal processing on graphs has been exposed to different types of data, and has been broadened to the computer vision field. The advantage of graph representation is that it is simple and flexible to represent data regardless of the data structure. Recently, the graph spectrum was successfully used in spectral matching and image registration that motivates our research on graph signal processing. This partially answers to the first question that the data are represented by graphs and our registration problem is cast into the graph matching problem.

However, the graph representation is normally computationally expensive and time consuming. This pops up an additional question, which is to find a suitable registration framework that can be adapted to the expensive computation of graphs. A survey of the literature reveals a numerous number of innovative image registration techniques. The Demons approach is one of the most powerful nonrigid registration frameworks. It was found to be computationally efficient and easy to implement. These desirable features of the Demons approach have motivated an extensive number of research to extend from the classical one. The research of Lombaert et al [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF], that uses graph spectrum under the Log-Demons framework to successfully register images with large and complex deformations, has gained much attention in the literature. But it was proven to be sensitive to noise [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF].

The first contribution of this thesis is inspired by the success of the Spectral Log-Demons method. The role of graph spectrum was replaced by the Spectral Graph Wavelets while keeping the use of the Log-Demons framework. The Spectral Graph Wavelets decomposition was recently provided by Hammond et al [START_REF] David K Hammond | Wavelets on graphs via spectral graph theory[END_REF]. It is defined through the graph spectral domains, thus, carries out the advantages of the graph spectrum and represents the data at different scales. Our contribution outperforms the existing methods under the Log-Demons framework when noise exists. This answers to our second question of finding a technique that is adaptable to noise.

The second contribution of this thesis is motivated by the previous contribution. The Log-Demons framework is cast to match points of images on irregular grids. While the same framework fails to register the microendoscopic images on regular grid, the method on irregular grids successfully registers the raw data without any projection on a regular grid. Consequently, the mosaic construction with a motion compensation by the image registration on irregular grids can remove a part of the shearing and misalignments appealing on the mosaic.

In conclusion, this thesis proposes a Spectral Graph Wavelet based image registration method that can be adapted to noisy images. While existing registration methods either use the classical wavelets or the spectral constraint, our registration method uses the Spectral Graph Wavelets decomposition. This method not only provides an efficient tool to find correspondence between images but also gives new perspectives in using the Graph Wavelets for registration. In addition, our registration method of images on irregular grids gives a new point of view of the way we treat the input images in the continuous domain of the raw data instead of the discrete domain. Ultimately, the mosaic construction from the raw data on irregular grids captured by microendoscope with nonlinear deformation correction can provide an accurate full view of the object to the experts to help their assessment of health.

Thesis Organization

The remainder of this manuscript is organized as follows:

Chapter 2 introduces the image acquisition process as well as describes the multiphoton microendoscope used to capture images. We here also describe the scanning trajectory of the probe and later point out the properties of the images taken by multiphoton microendoscope.

Chapter 3 provides an exhaustive review of existing non-rigid image registration methods. The analysis of the state-of-the-art of nonrigid image registration and how it is classified is covered in this chapter.

Chapter 4 gives an introduction to our methods on a regular grid. It begins with a review of the spectral graph theory and later describes the registration methods using graph spectrum under the Bspline framework and the Log-Demons framework. We then introduce our contribution using Spectral Graph Wavelets under the Log-Demons framework in the last section of this chapter.

The registration on irregular grids is depicted in Chapter 5. We finally construct the mosaic from the image sequence on irregular grids with the motion compensation by the registration on irregular grids. This chapter provides a description of the image acquisition process. Subsection 2.1 describes the multiphoton microendoscope used for capturing images. It provides the different scanning trajectory and highlights the advantages of the scanning trajectory considered in this work. The working principle of the fiber-scanner is presented briefly. Next, a description of how the camera produces different scanning path is given. Finally, the subsection 2.1.2 introduces how a spiral scanning trajectory is obtained. The subsection 2.2 illustrates comprehensive properties of the biomedical images used in this research work. For a more extensive understanding of the acquisition system, we refer the interested readers to the research of Ducourthial et al [START_REF] Ducourthial | Development of a real-time flexible multiphoton microendoscope for label-free imaging in a live animal[END_REF][START_REF] Ducourthial | Développement d'un endomicroscope multiphotonique compact et flexible pour l'imagerie in vivo haute résolution de tissus biologiques non marqués[END_REF]. The following sections are constructed and partially translated from [START_REF] Ducourthial | Development of a real-time flexible multiphoton microendoscope for label-free imaging in a live animal[END_REF][START_REF] Ducourthial | Développement d'un endomicroscope multiphotonique compact et flexible pour l'imagerie in vivo haute résolution de tissus biologiques non marqués[END_REF].

Two photon microendoscope

Multiphoton microscopy has gained popularity in different fields of biological research such as embryology and neurobiology. This is because it has the ability to provide 5 high-resolution optical sectioning within thick tissue samples, high constrast, with low level of phototoxicity. It has been reported that multiphoton microscopy enables 3D imaging with significantly high penetration depth. As an example, a penetration depth ranging from 500 and 600 microns at 800nm is reported for given samples [START_REF] Helmchen | Deep tissue two-photon microscopy[END_REF]. In addition, they have been shown to provide reduced image photobleaching. Photobleaching is the phenomenon of signal loss happening when the fluorophore loses the ability to fluoresce. The numerous advantages of multiphoton microscopy contribute to its attractiveness for use in living organisms, using an optical fiber.

Figure 2.1 describes the structure of a two photon microendoscope (TPME). As shown in Figure 2.1, the TPME system is fed by a standard MIRA 900 Ti:Sapphire oscillator (150fs, 76MHz, 810nm, 10nm, 2W). In order to control polarization, three different half-wave plates are used where it is necessary in the setup. A micro-optics (MO) is used to focus the beam at the endoscopic fiber output.

Double-clad air-silica microstructured endoscopic fiber

The Double-clad air-silica microstructured endoscopic fiber (DC-PCF) is designed using smaller core size in order to improve special resolution and TPME excitation efficiency [START_REF] Ducourthial | Development of a real-time flexible multiphoton microendoscope for label-free imaging in a live animal[END_REF]. Figure 2.2 shows the cross-section of a custom air-silica DC-PCF. It is made of a small single-mode inner core in order to ensure high spatial resolution while preserving the desired temporal confinement of excitation pulses. The inner core is made of pure silica that delivers energetic infrared (IR) ultrashort pulses. The ultrashort pulses are essential for efficient multiphoton excitation, at the output of a several meters long optical fiber, which is required in a clinical environment. It has a diameter of around 3.5µm, a numerical aperture (NA) of 0.13 at 800nm and free from autofluorescence since it is made of pure silica. Light is guided in the core using a surrounding air-silica microstructured cladding. The cladding is in turn surrounded by a second cladding acting just like a second large area collecting core. The second cladding allows for collecting the visible light that is useful during deep tissues in vivo imaging. Light guidance is multimode and allowed by an air-clad i.e. outer ring of air holes. The multimode second core has a diameter of 188µm. This outer air hole ring has a high air-filling fraction providing a NA of 0.3 at 400nm. It is used to guide all the light collected by the imaging micro-lens located after the endoscopic fiber. 

Scanning trajectory

There exist several possibilities of scanning trajectory by the laser spot. Figure 2.3 (left) shows a classical scanning method, where the scanning path involves rows and columns. This allows for a homogeneous sampling of the field, but requires a massive difference between the frequencies of the two axes of movement, with a significantly high frequency ratio (about frequency values of hundreds). Another sampling method, shown in Figure 2.3 (middle), follows a spiral path. This scanning method produces a dense sampling of the center field. This scanning is useful in cases where in-depth observation of thick sample in the center field of view and end at the edges such as an embryo are required. Another possibility, shown in Figure 2.3 (right), is to use a Lissajous scan by sending two sinusoidal signals of different frequencies on the two mirrors. A major disadvantage of this approach is that it leads to under-sampling at the center of the field and over-sample at the image periphery.

Spiral scanning method is chosen because it is the most adequate and suitable solution for cases where the most important information is usually located at the center of the observed field. This helps to avoid under-sampling of vital information in the observed field. Next, the working principle of the fiber-scanner is presented briefly. A piezoelectric ceramic tube (PZT) revolves around the fiber, allowing for imposing the trajectory of the last few millimetres of the fiber forming a resonating cantilever. Thus, creating an outgoing spiral scanning pattern in two dimensions. After optimization, it is possible to work with a large field of view without image distortion at a rate of 8 frames per second (fps). The optical fiber micro-scanner is excited on its own mechanical axes using virtual electrodes (V x , V y ). The virtual electrodes themselves correspond to a linear combination of two actual electrodes in the system. Figure 2.4 shows the virtual electrodes (X, Y ) which correspond to a linear combination of the two actual electrodes (x, y) defined by the equations 2.1 and 2.2.

- → X = cos(θ) - → x + sin(θ) - → y (2.1) - → Y = -sin(θ) - → x + cos(θ) - → y (2.2)
Here, (V x , V y ) and (V X , V Y ) represents voltages applied on the real and virtual electrodes respectively. In Figure 2.4, the value of angle θ is determined by applying a sinusoidal voltage solely on the axis -→ X such as:

V X (t) = cos(ωt) (2.3) V Y (t) = 0 (2.4)
This is achieved when real voltages are applied:

On x : V x (t) = cos(ωt) cos(θ) (2.5) On y : V y (t) = cos(ωt) sin(θ) (2.6)
The value of θ is varied while the shape of the trajectory obtained by the camera is observed. If θ is zero, an elliptical trajectory is produced, serving as the starting point from which a rectilinear trajectory can be produced. Figure 2.5 shows the path of the fiber before and after optimization of the value of θ ( θ = 0.5585 rad = 32 degree). As displayed in Figure 2.5 (b), the angle between axis -→ x and -→ X is 31.75 degree and corresponds to the value of θ used to synthesize the control signals. Spiral scanning trajectory is obtained by drawing a circular path from the object center with increasing radius. The equations below give the definitions of the voltage applied on the axis for circular scan:

V X (t) = cos(ωt) (2.7) V Y (t) = sin(ωt + φ 0 ) (2.8)
Figure 2.6 (a) shows an ellipse oriented according to the axis. The weight of each axis is adjusted using a simple coefficient of amplitude in order to obtain an improved result. This is shown in In brief, the working principle of the fiber-scanner is that a piezoelectric ceramic tube goes around the fiber. By this, the trajectory of the last few millimetres of the fiber forming a resonation cantilever is imposed. Thus creating an outgoing spiral scanning pattern in two dimensions. Once the circular trajectory is obtained in a controlled manner, it is necessary to do amplitude modulation. This is carried out in order to obtain a spiral path starting from the center to the periphery, covering a discshaped image field (Figure 2.7). The example is a scan of ten rounds. Considering the horizontal axis, we can see twenty samples along the axis and a twofold number of turns. In a real case, the trajectory scans 125 turns, taking 500 samples each turn, giving 500 x 125 = 62500 pixels in total. The next section describes the characteristics of the biological images taken by microendoscope. 

The microendoscopic images

Until now the acquisition system of the microendoscope has been described. It plays an important role in forming the distinct features of the microendoscopic images. In this section, the microendoscopic images and their characteristics in the image processing field are depicted. Figure 2.8 shows the outcomes of the TPME tested ex vivo on various unstained biological tissue samples. show the SHG images of the collagen fiber network of a thick unstained intact and flesh rat tail tendon. In order to prove that TPME provides high sensitivity, the images were obtained without averaging at 8fps and with 5mW of power on the samples. The red arrows indicate the rectilinear polarization impinging the sample. The SHG signal is stronger when the excitation polarization is parallel to the collagen fibers, proving the ability of the TPME to perform nonlinear polarization anisotropy probing. Figure 2.8(c) shows a bimodal image of a label-free section of a mouse ear. The most paramount parts of the ear have been identified on the figure D: dermis; E: epidermis; IC: internal cartilage. Figure 2.8(d) shows a sample of a healthy human lung taken in the alveolar area (i.e. alveolar wall and alveolar entrances). This sample was recorded at a depth of 100µm below the sample surface. The extracellular matrix elastic fibers appear in red through intrinsic 2PEF while some amount of SHG in green from collagen is detected entangled in the main elastin fiber. The pulmonary alveolar duct and alveolar entrances can be seen in the left part of the figure. Figure 2.8(e) shows a perspective view of a collagen-rich tissue of a mouse aorta, while (f) to (h) shows three perspective views of the extracellular matrix network at 3 different locations Figure 2.8 -Label-free microendoscopy images of fixed tissue samples ex vivo [START_REF] Ducourthial | Development of a real-time flexible multiphoton microendoscope for label-free imaging in a live animal[END_REF]. Intrinsic 2PEF in red (elastin) and SHG in green (collagen). (a) to (d): raw optical sections. (e) to (h): perspective view from Image 3D software from a set of sixty optical sections each one corresponding to a given depth below the tissue surface, from depth 0µm to 300µm. within a healthy human distal lung sample. In vivo experiment, Authors [START_REF] Ducourthial | Development of a real-time flexible multiphoton microendoscope for label-free imaging in a live animal[END_REF] observed the kidney of a living anaesthetized mouse using the TPME. Figure 2.9 shows the label-free captured images in the in vivo experiment.

As mentioned earlier, spiral sampling is preferred here because it is the most suitable solution for cases where the most important information is usually located at the center of the observed field. However, such images (produced by spiral scanning) exhibit features which introduce additional complexities in processing. In order to study the features of such images and their related problems, let us consider the images in Figure 2.10. The images are the ones used in this work and they were taken by the microendoscope in grayscale.

The spiral sampling may introduce a number of problems such as:

Inaccuracy in comparing two image parts: since the point density is more at the center and lower at the edge regions, the center of an image corresponds to the edge region of another image. Hence, comparing the two parts may not be accurate.

Complexity in spiral image acquisition: this is mainly due to data complexity and variety (or additional steps) for acquiring the images. Difficulty in finding appropriate shape feature approach: this is due to deformation such as stretching, compression due to heart rate, breathing or distortions that occurs while recording.

Difficulty in image texture feature analysis: this is due to uneven illumination caused by moving or spinning motion of tiny tissues. 

Conclusion

In this chapter, the principle of the multiphoton microendoscope with the new technology, as well as the spiral scanning trajectory of the fiber optic were briefly reviewed. Such scanning is preferable when important information is placed at the center of the region to be captured. The images obtained after vivo test on living object have disc-shape. The measurement are more at the center while there are missing points at the regions close to the edges. Therefore, processing on microendoscopic images may introduce several challenges. Firstly, the difference in point distributions of the center and the outer regions of the images makes it difficult to find an appropriate similarity measurement between two images. Secondly, the complexity of the spiral image acquisition makes the processing on this kind of data more complicated. Thirdly, the images taken on soft tissues do not likely have shape features. This is because of the deformations due to the stretching of the tissues, movement and distortions due to heart rate and the effect of the device, making it difficult to find an appropriate shape matching technique. Lastly, the uneven illumi-nation changes and the complex texture of the images are also challenging problems to overcome. Although the images taken by microendoscope have great resolution, and important information is captured, the images are still limited to the narrow field of view due to the size of the probe. The images suffer from distortions and noise due to the movement of the sensor, breathing and heart rate of the object. The small field of view makes it difficult for the image readers (such as doctors) to give an accurate assessment of the patients' diseases. A good way to enhance the image field of view is to do image mosaics. To do that, it is important to find a supportive image registration method that can adapt to the properties of the images. Ideally, the method should be able to register the images with a spiral acquisition.

This work proposes to develop image registration and stitching method on regular and irregular grid. In particular, the next chapter provides an overview of different image registration methods. After that, our contribution in image registration for biomedical images on regular grids is described. Motivated by this contribution, an image registration approach on irregular grids to adapt with the spiral acquisition is then proposed. The registration on irregular grids is then used to compensate the local distortion in our last contribution in image mosaics from the images on irregular grids. Nowadays, medical image processing is indispensable in many critical medical equipments such as microscope and endoscope, PET and CT scanners, ultrasound and MRI machines, and X-ray machines. Medical imaging is required to be highly accurate as it is one of the keys related to human life. The applications can help doctors evaluate patients' health, assist surgeries and assess dangers appearing on the sample. The development of these equipments requires the improvements of the image processing part as well. Image registration is a key block in any medical image processing application and is consequently required to meet higher demands. This chapter provides a review of different image registration methods in the literature. Hence, showing the development of image registration in the past decades.

Chapter 3

Overview of Image Registration Concepts

Image Registration

Image registration is a fundamental block that spatially determines the correspondence between points or regions of two images of the same scene but obtained from different viewpoints and at different times or with different sensors (Figure 3.1). It is considered as a valuable assistant in many applications in computer vision such as atlas construction, image recognition and mosaicing, especially in medical imaging. Comprehensive review can be found in previous surveys [START_REF] Zitova | Image registration methods: a survey[END_REF][START_REF] Xiong | A critical review of image registration methods[END_REF][START_REF] Medha V Wyawahare | Image registration techniques: an overview[END_REF][START_REF] Sotiras | Discrete image registration: a hybrid paradigm[END_REF][START_REF] Francisco | Medical image registration: a review[END_REF]. In general, image registration is recognized as rigid/affine and non-rigid depending on the nature of the transformation of objects in the images. The rigid/affine image registration accounts for the rotational and translational transformation globally on the entire image and the more sophisticated method is called affine registration. In contrast, the non-rigid image registration locally measures small displacements and finds non-uniform mappings between the images. In medical imaging, most of the transformations are complex (e.g. deformations of body cells due to the sensor movement and heart rate, anatomical variations in brain structures of different individuals) and recognized as non-rigid so that the rigid/affine registration is no longer adequate. Non-rigid image registration satisfies the problem of different local geometric changes. It overcomes the limitations of the rigid image registration strategy. This research focuses on the non-rigid image registration approach that account for the local movements of image elements.

Non-rigid Image Registration

Nonrigid image registration that finds the optimal deformable mapping between two images plays an important role in medical imaging. To explain the definition of this task more technically, the first image is referred to as the fixed image F and the other is called the moving image M . The application finds the optimal correspondence map φ from F to M that maximizes the similarity between F and M •φ. In the literature, the objective function is usually defined as a combination of two components, one is the image similarity E Sim between the fixed image and the moving image influenced by the transformation map φ, while the other term is a regularization term E Reg that smooths the transformation. The transformation is then achieved by:

φ opt = argmin φ (E Sim (F, M • φ) + E Reg (φ)), (3.1) 
where the composition operator M • φ expresses the transformation of M according to the transformation map φ.

According to Sotiras et al [START_REF] Sotiras | Graph-based deformable image registration[END_REF], nonrigid image registration can be divided into three stages: transformation model, similarity measurement, and optimization method. Registration methodologies can be classified with respect to the divergence of each stage according to [START_REF] Sotiras | Graph-based deformable image registration[END_REF]. For instance, based on the transformation model criterion, registration methodologies can be roughly categorized into different categories such as elastic model, optical flow, spline model and diffusion model. Similarly, according to the similarity measurement criterion, the registration can be classified as geometric based method, intensity based method and hybrid method. The classification based on the optimization stage divides the existing methods into different groups as Gradient descents, Gaussian Newton, Markov random fields and random walk. This can be seen graphically in Figure 3.2 The first research on optical flow motion estimation was proposed by Lucas and Kanade in 1981 [START_REF] Bruce D Lucas | An iterative image registration technique with an application to stereo vision[END_REF]. This research has since motivated a tremendous quantity of research in image registration and alignment with different models. The simple definition of motion is that one point is assumed to keep the same intensity value over time, such that:

I(x, y, t) = I(x + ∆x, y + ∆y, t + ∆t) (3.2)
Lucas-Kanade algorithm supposes that the flow is constant in a local neighborhood and proposed a technique that uses image intensity gradient to iteratively compute the optical flow of a patch. On the other hand, Horn and Schunk [START_REF] Berthold | Determining optical flow[END_REF] minimize the mean error with an additional smoothness constraint that rather relies on the velocity of image pixel than on computing the differences in intensity. Another method that can work in case of fast movement was introduced by Bouguet in 2000 [START_REF] Bouguet | Pyramidal implementation of the affine lucas kanade feature tracker description of the algorithm[END_REF] that computes optical flows at different scale levels and passes the result from a higher level to a lower level. A numerous number of other methods have been proposed over the past decades to handle the non-rigid image registration problem with different models and more sophisticated schemes. The choice of the transformation model is an important key that decides the robustness of the optimization.

The first model we can mention is the elastic deformation model. The idea of elastic based registration methodologies is that the moving image is deformed until it matches the fixed image. There exist an extensive number of researches based on this model [START_REF] Bajcsy | Multiresolution elastic matching[END_REF][START_REF] Shen | HAMMER: hierarchical attribute matching mechanism for elastic registration[END_REF][START_REF] Smadar Gefen | Elastic 3-D alignment of rat brain histological images[END_REF]. Terzopoulos et al [START_REF] Terzopoulos | Energy Constraints on Deformable Models: Recovering Shape and Non-Rigid Motion[END_REF] introduced an approach for shape and non-rigid body motion reconstruction using external forces as energy constraints. Baicscy et al [START_REF] Bajcsy | Multiresolution elastic matching[END_REF] and Shen et al [START_REF] Shen | Very high-resolution morphometry using mass-preserving deformations and HAMMER elastic registration[END_REF] extended the previous works on elastic model to hierarchical schemes. More recently, in 2007, Ashburner [START_REF] Ashburner | A fast diffeomorphic image registration algorithm[END_REF] proposed a fast diffeomorphic registration based on elastic energy, in which the flow field is considered as a member of Lie algebra [START_REF] Lord | Lie groups and Lie algebras (chapters 1-3)[END_REF] through the exponential map. Deformations with larger magnitudes can be captured by viscous fluid models [START_REF] Crum | Anisotropic multi-scale fluid registration: evaluation in magnetic resonance breast imaging[END_REF][START_REF] Emiliano | A viscous fluid model for multimodal non-rigid image registration using mutual information[END_REF][START_REF] Chiang | Fluid registration of diffusion tensor images using information theory[END_REF]. Since Thirion's research [START_REF] Thirion | Image matching as a diffusion process: an analogy with Maxwell's demons[END_REF], the diffusion model has become popular and motivated other researches on the problem of deformable image registration, especially medical images. The registration consists of two main steps, namely the demons force search which is similar to optical flow and the regularization by a Gaussian kernel. Depending on how the demon forces are determined and how regularization is operated, different alternative versions of the Demons approach can be acquired.

Pennec et al [START_REF] Pennec | Understanding the "demon's algorithm": 3D non-rigid registration by gradient descent[END_REF] provided an insight of the Demons algorithm that the energy minimization can be considered as a second order gradient descent scheme. Cachier et al [START_REF] Cachier | Iconic feature based nonrigid registration: the PASHA algorithm[END_REF] introduced a hidden auxiliary correspondence variable to put the similarity optimization and regularization in a well-posed optimization problem. The optimization on Demons framework with stationary velocity field was combined with the exponential map on the Lie group [START_REF] Lord | Lie groups and Lie algebras (chapters 1-3)[END_REF] to introduce a diffeomorphic registration [START_REF] Vercauteren | Non-parametric diffeomorphic image registration with the demons algorithm[END_REF], and symmetric log-domains registration [START_REF] Vercauteren | Symmetric log-domain diffeomorphic registration: A demons-based approach[END_REF]. Lorenzi et al [START_REF] Lorenzi | LCC-Demons: a robust and accurate symmetric diffeomorphic registration algorithm[END_REF] developed a registration method based on the similar stationary velocity fields. It is built upon the Log-Demons framework to parameterize the transformation. The method is adapted with the similarity metric that implements a symmetric local correlation coefficient. More recently, Hadj et al [START_REF] Hadj-Hamou | Longitudinal analysis of image time series with diffeomorphic deformations: a computational framework based on stationary velocity fields[END_REF], motivated by [START_REF] Lorenzi | LCC-Demons: a robust and accurate symmetric diffeomorphic registration algorithm[END_REF], incorporated the similarity metric with a confidence mask to improve the robustness of the algorithm. Fischer et al [START_REF] Fischer | Fast diffusion registration[END_REF] proposed a fast diffusion based registration that exploits the underlying PDE for the regularization. Wang et al [START_REF] Wang | Validation of an accelerated 'demons' algorithm for deformable image registration in radiation therapy[END_REF] recommended adaptive force strength adjustment iteratively in the iteration process . That improves the performance of the algorithm. The Demons framework was extended to spherical image registration in the work of Yeo et al [START_REF] Bt | Spherical demons: fast diffeomorphic landmark-free surface registration[END_REF]. Locally adaptive regularization was proposed in [START_REF] Nathan D Cahill | A demons algorithm for image registration with locally adaptive regularization[END_REF][START_REF] Pace | A locally adaptive regularization based on anisotropic diffusion for deformable image registration of sliding organs[END_REF]. Mansi et al [START_REF] Mansi | iLogDemons: A demons-based registration algorithm for tracking incompressible elastic biological tissues[END_REF] introduced a mathematical justification of the demons Gaussian regularization, in which the Gaussian smoothing is replaced by an elastic-like regularization.

The common point of those methods is that, the motion estimation is inspired by a physical model and the transformation must be consistent with some physical properties. On the other hand, a vast number of methods are derived by some interpolation schemes where deformations are known for some given sample points of the image. In this case, the rest of the image is interpolated through an interpolation function.

One of the important models is the Thin-Plate Spline (TPS), which was early used in registration problems by Bookstein et al [START_REF] Bookstein | Principal warps: Thin-plate splines and the decomposition of deformations[END_REF]. Rohr et al [START_REF] Rohr | Point-based elastic registration of medical image data using approximating thin-plate splines[END_REF] take into account the localization error of each landmark for deformation field approximation based on TPS. Rohr et al 's research [START_REF] Rohr | Landmark-based elastic registration using approximating thin-plate splines[END_REF] is an extension of [START_REF] Rohr | Point-based elastic registration of medical image data using approximating thin-plate splines[END_REF]. They showed that the estimation can tackle isotropic and anisotropic errors of the landmarks. Li et al [START_REF] Li | Compact support thin plate spline algorithm[END_REF] proposed a Compact Support TPS method and the support is restricted locally. Recently, the TPS can also be coupled with rigid/affine models to estimate dense matching for 3D ultrasound images [START_REF] Machado | Non-rigid registration of 3D ultrasound for neurosurgery using automatic feature detection and matching[END_REF], or is used to define the transformation while training the images with convolutional neural networks in 3D image registration [START_REF] Koen | Deformable image registration using convolutional neural networks[END_REF].

The Spline based motion model [START_REF] Szeliski | Spline-based image registration[END_REF] takes over the majority in the class of registrations based on an interpolation strategy. The displacement field is modulated by a set of coefficients or a basis function and a set of control points. In other word, the displacement vector at each pixel is a linear combination of the displacements estimated at the control points.

The Free Form Deformation (FFD) is one of the most popular and successful models among the existing Spline based models in medical imaging. It was early proposed by [START_REF] Thomas | Free-form deformation of solid geometric models[END_REF]. The Bspline is the most successful among the spline based methods because it is smooth, fast and can handle hierarchical schemes [START_REF] Young | A simple regularizer for B-spline nonrigid image registration that encourages local invertibility[END_REF][START_REF] Kybic | Fast parametric elastic image registration[END_REF]. For example, Rueckert et al [START_REF] Rueckert | Nonrigid registration using free-form deformations: application to breast MR images[END_REF] first applied Bspline into 3D MRI image registration with a steepest gradient descent optimization, and later in [START_REF] Rueckert | Non-rigid registration using free-form deformations[END_REF]. The authors showed how the deformation field can be constrained with different penalty functions, and tested on different biomedical images. Motion estimation is sometimes performed only on some region of interest while most of the Bspline based methods use a regular grid of control points, [START_REF] Wang | Nonrigid registration of brain MRI using NURBS[END_REF] extended the problem to a method that uses an irregular grid of control points. The advantage of this model is that diffeomorphism and smoothness might be guaranteed.

From a theoretical point of view, the spline based approach, especially the FFD model allows to find smooth transformations. However, these methods suffer from performance and complexity drawbacks because of the gradient search optimization. In comparison, the Demons model originally does not guarantee smoothness, but it is fast in performance and is a strong theoretical framework that can be efficiently decoupled with a diffeomorphic transformation. Our research includes the examination of these two models to find the most appropriate framework to our resources.

Similarity Measurement

Concerning the similarity measurement, it can be referred as voxel intensity similarity or image structure similarity. Therefore, with respect to the similarity measurement, image registration can be classified as intensity based, geometric based and hybrid method that combines the two types of measurement.

Intensity based algorithms measure image similarity directly on the image grey values. They can be referred to as template matching technique. The most popular similarity measurements that can be used are cross-correlation, intensity difference and mutual information. Intensity cross-correlation based methods estimate how two images are linearly related. The larger the value of correlation, the better the two images match with each other. Fonseca et al [START_REF] Leila | Registration techniques for multisensor remotely sensed imagery[END_REF] measure the spatial resolution, rotation and translation for remote sensing images. Andrew Simper [START_REF] Simper | Correcting general band-to-band misregistrations[END_REF] proposed a more sophisticated system to correct more complex mis-registration rather than just translation such as perspective changes and transformations caused by lens imperfections. Rikard Berthilsson [START_REF] Berthilsson | Affine correlation[END_REF] were able to formulate the correlation between two images when there is an affine transformation. Although most cross intensity correlation based methods are suitable for images of same modality, Van et al [START_REF] Van Den Elsen | Grey value correlation techniques used for automatic matching of CT and MR brain and spine images[END_REF][START_REF] Van Den Elsen | Retrospective fusion of CT and MR brain images using mathematical operators[END_REF] showed that this method can also be applicable to match CT and MR images. Later, [START_REF] Studholme | Multiresolution voxel similarity measures for MR-PET registration[END_REF] applied a multi-resolutional scheme using cross correlation to adapt with MR-PET registration. Avants et al [START_REF] Avants | Symmetric diffeomorphic image registration with crosscorrelation: evaluating automated labeling of elderly and neurodegenerative brain[END_REF] maximize the cross correlation between image pairs while the moving image is iteratively warped toward the fixed image. Until now, the work still continues to gain attraction in the field of image processing [START_REF] Faraz | Skin image mosaicing with topological inference and global adjustment[END_REF]5,[START_REF] Ma Warren | Estimation of ocean surface currents from maximum cross correlation applied to GOCI geostationary satellite remote sensing data over the Tsushima (Korea) Straits[END_REF].

In contrast to the Cross-Correlation based methods that maximize the image similarity, the intensity difference supposes two images that have the same structures should have the least difference, thus the optimization minimizes the difference between two images. It is usually based on the sum of square difference (SSD) [4,[START_REF] Friston | Spatial registration and normalization of images[END_REF][START_REF] Roger | Automated image registration: I. General methods and intrasubject, intramodality validation[END_REF][START_REF] Tomasi | Detection and tracking of point features[END_REF][START_REF] Wolberg | Robust image registration using logpolar transform[END_REF][START_REF] Avants | The Insight ToolKit image registration framework[END_REF][START_REF] Martin | Free-form image registration of human cochlear µCT data using skeleton similarity as anatomical prior[END_REF][START_REF] Dasari | A joint visual-inertial image registration for mobile HDR imaging[END_REF]. For example, [START_REF] Wolberg | Image registration for perspective deformation recovery[END_REF] employs SSD as an objective function to infer the perspective transformation. [START_REF] Dasari | A joint visual-inertial image registration for mobile HDR imaging[END_REF] minimizes SSD to align HDR images with fast translation and rotation. This is the most important and widely used similarity measurement in the field of non-rigid image registration.

While most of the mono-modal image registration researches use the intensity similarity/difference, the mutual information (MI) methods are present in most of registration methods for images of different modalities [START_REF] Zitova | Image registration methods: a survey[END_REF]. In this method, images are supposed to have the maximal statistical dependence when they are best aligned. For example, Collignon et al [START_REF] Collignon | Automated multi-modality image registration based on information theory[END_REF] measure the entropy of the joint probability distribution of the intensities of matched points in the two images. [START_REF] Viola | Alignment by maximization of mutual information[END_REF] presents an approach to MR and CT image registration. Maes et al and Collignon et al [START_REF] Maes | Multimodality image registration by maximization of mutual information[END_REF][START_REF] Collignon | 3D multi-modality medical image registration using feature space clustering[END_REF] compute the entropy of the joint histogram. In [START_REF] Thévenaz | Optimization of mutual information for multiresolution image registration[END_REF], mutual information optimization is adapted to multi-resolution image pyramids.

In contrast to the intensity based method, the geometric based method is also known as feature based method that takes into account the geometrical structures or landmark information (e.g. edges, shapes, contours, graphs, surfaces,...) of the images. The feature based technique is divided into two stages: feature extraction and feature matching. Different key point detectors to extract features were proposed in the literature such as Harris [START_REF] Harris | A combined corner and edge detector[END_REF], SIFT [START_REF] David G Lowe | Distinctive image features from scale-invariant keypoints[END_REF] and the variants, SURF [START_REF] Bay | Speeded-up robust features (SURF)[END_REF] and the variants. Region, edge, corner, point or shape can also be seen considered as features. For example, the region feature is usually applied to nature images that focus on image with region of interest such as forests, lakes, fields, urban areas [START_REF] Mohamed M Fouad | Image Registration Under Illumination Variations Using Region-Based Confidence Weighted M -Estimators[END_REF][START_REF] Goshtasby | A region-based approach to digital image registration with subpixel accuracy[END_REF][START_REF] Helm | Towards automatic rectification of satellite images using feature based matching[END_REF][START_REF] Yuan C Hsieh | Performance evaluation of scene registration and stereo matching for artographic feature extraction[END_REF][START_REF] Sester | Definition of ground-control features for image registration using GIS data[END_REF]. The edge feature based approach is efficient for images where edge information is well preserved. For instance, Li et al [START_REF] Li | A contour-based approach to multisensor image registration[END_REF] proposed a contour-based approach to multisensor images. Li et al [START_REF] Li | Matching and recognition of road networks from aerial images[END_REF] proposed a matching method of aerial road network. Vujovic et al [START_REF] Vujovic | Establishing the correspondence between control points in pairs of mammographic images[END_REF] identified the potential control points via detection of elongated vertical structures of mammographic images and established the correspondence between these points. Lastly, feature extracted by wavelets is also widely used because of its ability to support multi-resolution scheme and image representation in both time and frequency domains, as well as its ability to characterize texture images. In this case, the image features are extracted via wavelet decomposition. The registration step then becomes a feature matching problem [START_REF] Hong | Wavelet-based image registration technique for high-resolution remote sensing images[END_REF][START_REF] Leila | Automatic registration of satellite images[END_REF][START_REF] Xishan | A wavelet-based multisensor image registration algorithm[END_REF][START_REF] Paulson | Wavelet-based image registration[END_REF]. Once the features are determined, they are put into the feature matching problem.

In the irregular sampling context, the points have floating coordinates and the images have different point densities at different regions of the images. It is difficult to perform a feature matching based on a keypoint detector (e.g. SURF, SIFT) approach. In addition, the images contain much noise and complex texture, a shape based approach such as wavelets that can characterize the shape and texture of the images is more appropriate in this context. Furthermore, as stated earlier, the study of irregular data needs a good representation that can mathematically characterize the data structure.

Recently, graph matching became popular to formulate a feature matching problem, in which structural constraints are formulated as an attribute of graph matching problem. Graph is a flexible and powerful tool to characterize different kinds of data regardless of whether the data is regular or irregular. A review on graph theory and matching is proposed in the following chapter of this thesis.

The intensity based technique is usually operated by a least squares optimization. Thus, it has the possibility to fall into local minima of non-convex optimization and it is computationally expensive to optimize the full image parameters. Moreover, intensity information alone does not guarantee the matching of objects with structural changes. In other words, this method lacks geometric invariance and is only suitable for images with small displacements. The geometric based technique is more robust to structural changes and scene movements with global transformation. It is, however, limited in case of local deformation and the parts of the image that are not in the feature selection are not considered during the registration process.

Motivated by the fact that intensity based and geometric based methods complement each other, many recent works have combined the two techniques together for more robust matching. The act of combining both methods is known as the hybrid method. Because of the ability to capitalize the advantages of intensity based and geometric based methods, most of the existing applications use the hybrid method for registering images. For instance, the hybrid method can be operated in a hierarchical scheme [START_REF] Paquin | Hybrid multiscale landmark and deformable image registration[END_REF][START_REF] Yin | A cubic B-spline-based hybrid registration of lung CT images for a dynamic airway geometric model with large deformation[END_REF][START_REF] Hsu | A hybrid approach for brain image registration with local constraints[END_REF] that registers images at multiple scales. In [START_REF] Paquin | Hybrid multiscale landmark and deformable image registration[END_REF], landmark based registration is operated at a coarse scale. Then, the result is propagated as initialization for Bspline registration at finer scales. In each scale in [START_REF] Yin | A cubic B-spline-based hybrid registration of lung CT images for a dynamic airway geometric model with large deformation[END_REF] the image is registered alternatively with landmark based and intensity based methods. The resulting transformation from intensity based registration is passed to the next landmark based registration of the next scale. Authors [START_REF] Camara | Explicit incorporation of prior anatomical information into a nonrigid registration of thoracic and abdominal CT and 18-FDG wholebody emission PET images[END_REF] obtained non-rigid transformation by incorporating structural registration and grey-level registration. Instead of splitting landmark registration and intensity registration, some methods utilize structural information as a constraint to optimize an objective function [START_REF] Honnorat | Graph-based geometriciconic guide-wire tracking[END_REF][START_REF] Lu | Multi-modal diffeomorphic demons registration based on point-wise mutual information[END_REF][START_REF] Lu | A hybrid multimodal non-rigid registration of MR images based on diffeomorphic demons[END_REF][START_REF] Azar | An interactive hybrid non-rigid registration framework for 3D medical images[END_REF][START_REF] Siless | Joint T1 and brain fiber log-demons registration using currents to model geometry[END_REF][START_REF] Lombaert | Spectral log-demons: diffeomorphic image registration with very large deformations[END_REF].

Recently, the intensity based approach coupled with spectral matching has found great success in terms of medical image registration [START_REF] Lombaert | Spectral log-demons: diffeomorphic image registration with very large deformations[END_REF]. This method utilizes the Graph Spectrum to register images under the Log-Demons framework. The success of this approach motivates our research using graph based method and the Log-Demons framework. Let us here provide a brief review of the classical Demons method and its variants.

Demons Framework and the Variants

Biomedical image registration applications are constrained with several aspects. Two of the great important constraints are symmetry and diffeomorphism. The former imposes that the resulting deformation does not depend on the order of the input images while the later constraints the transformation to be smooth under large deformation. However, the elastic model in general is still limited to large deformation and is not invertible while the viscous fluid model is computationally inefficient [START_REF] Sotiras | Discrete image registration: a hybrid paradigm[END_REF]. The Demons algorithm is famous for being computationally efficient. It has inspired a lot of research in symmetric registration and diffeomorphism [START_REF] Vercauteren | Diffeomorphic demons: Efficient non-parametric image registration[END_REF][START_REF] Lorenzi | LCC-Demons: a robust and accurate symmetric diffeomorphic registration algorithm[END_REF][START_REF] Avants | Symmetric diffeomorphic image registration with crosscorrelation: evaluating automated labeling of elderly and neurodegenerative brain[END_REF], although the original one [START_REF] Thirion | Image matching as a diffusion process: an analogy with Maxwell's demons[END_REF] is non-diffeomorphic. Let us here briefly review different methods based on the Demons framework from the classical one to the symmetric diffeomorphic version.

Classical Demons

The Demons approach proposed by Thirion [START_REF] Thirion | Image matching as a diffusion process: an analogy with Maxwell's demons[END_REF] performs a non-rigid image-toimage matching as a diffusion process. It is a fast and efficient scheme, simple to implement that provides linear computational complexity [START_REF] Zhang | Variational image registration by a total fractional-order variation model[END_REF]. Thus, it has inspired a various number of researches. The demons force was inspired from the concept of Maxwell's demons in the field of thermodynamics and optical flow equation in image processing field. Classically, the goal of optical-flow based image registration is to find the dense motion field s from the fixed image F tothe moving image M that maps the intensity space I F of F to the intensity space I M of M . The transformation is acquired by optimizing the objective function that is defined according to a similarity and a regularity measure:

E(F, M, s) = α i E Sim (F, M, s) + α r E Reg (s), (3.3) 
where the weighting parameters α i , and α r respectively control the intensity similarity and the level of smoothness of the transformation field, and

α i + α r = 1.
Classically, the intensity term can be denoted by the sum of square error or mean square error of intensities of the two images, such that the similarity term is defined by

E Sim (F, M, s) = ||I F -I M •s || 2 ,
and the regularity term is defined by

E Reg (s) = ||∇s|| 2 .
The notation ||.|| defines the L2 norm and the notation ∇s means that a Gaussian filter is applied to s. The optimization is therefore operated in two steps. The first step is to find the demon forces at every point under the optical flow constraint. The second step is regularization acquired by applying a Gaussian filter to the transformation field.

Alternative to Classical Demons

The energy function in Equation 3.4 indeed leads to a well-pose problem that the smoothness is guaranteed by the regularization term. However, the mixing of the similarity criterion and the regularization makes it difficult to theoretically justify how the optimization operates and makes the optimization steps computationally intensive, according to [START_REF] Vercauteren | Insight into efficient image registration techniques and the demons algorithm[END_REF]. For a more tractable sub-problem optimization, a hidden auxiliary variable c is used to decouple the similarity optimization and the regularization [START_REF] Cachier | Iconic feature based nonrigid registration: the PASHA algorithm[END_REF]. The global energy function with respect to the current transformation and hidden correspondence is defined by:

Correspondence Regularization (3.4)
The second term dist(s, c) 2 = ||s -c|| 2 helps draw the hidden variable c close to the actual transformation field s, and α x controls the correspondence uncertainty. The optimization is an iterative scheme. In each iteration, correspondence is obtained through a free form update field u with an optical flow method to minimize the first composition called "Correspondence" as in Equation 3.4. And then the regularization is to minimize the second composition called "Regularization", that is acquired by applying a fluid like Gaussian filter with kernel (K fluid whose standard deviation is σ fluid ) to the whole transformation field (s ← K fluid (c + u)).

The Log Demons

One of the limitations of the Demons method is that it does not guarantee diffeomorphism. Diffeomorphism maintains the topology of the object and prevent transformation from folding onto itself. The Log-Demons registration proposed by Vercauteren et al [START_REF] Vercauteren | Non-parametric diffeomorphic image registration with the demons algorithm[END_REF] provides an invertible and diffeomorphic registration. It is parameterized on the Lie algebra [START_REF] Lord | Lie groups and Lie algebras (chapters 1-3)[END_REF] through the exponential map of a stationary velocity field v, with s = exp(v) resulting to a smoother and invertible registration compared to the classical Demons method. The computation of the exponential map of velocity field is estimated with the scaling and squaring method that was well described in [START_REF] Vercauteren | Non-parametric diffeomorphic image registration with the demons algorithm[END_REF].

Symmetric Log-Demons

The Log-Demons framework is invertible but is not symmetric. The term "symmetric" refers to the transformation that ignores the roles of the input images (s F →M = s -1 M →F ) which leads to more consistent registration. The Log-Demons framework is diffeomorphic and invertible, thus, the inverse of the transformation can be obtained with backward computation s -1 = exp(-v). The symmetric registration is acquired by minimizing the cost function combining computations from forward and inverse mappings s sym = argmin s (E(F, M, s) + E(M, F, s -1 )), that was introduced in [START_REF] Vercauteren | Symmetric log-domain diffeomorphic registration: A demons-based approach[END_REF]. The optimization is achieved by using similar operation as in the previous version except that the velocity field is computed in forward and backward mappings. Although the Demons approach of the original formulation is not diffeomorphic and symmetric, it is still a strong theoretical and fundamental foundation that broadens more robust methods. The underlying optimization framework allows to easily combine the classical intensity and spatial constraints with additional constraint (such as shape) for robust registrations. It is, in addition, an appropriate framework to incorporate with irregular data since it was originated by the Demons forces of irregularly distributed points.

A more elaborate description of the Demons, the Log-Demons and the Symmetric Log-Demons schemes will be provided in the next chapter of this manuscript.

Summary and Discussion

In this chapter, a review of the different nonrigid image registration methods is provided. These methods were roughly classified depending on the choices of the transformation model, the similarity measurement and the optimization method. The choice of the transformation model can either be among a physical model or a model derived by an interpolation scheme. The transformation based on physical model must be consistent with some physical properties such as elastic approach and demons approach. The transformation based on interpolation model is interpolated by some known sample points such as the Spline family models, also known as parametric models.

The Demons approach is known to be fast to execute and simple to implement and these properties motivate an extensive number of successful researches in the field of medical imaging. Although the classical one is limited to small deformations, it is still a fundamental framework and a solid theoretical foundation in the literature that allows researchers to propose much more powerful frameworks. A part of our research is also motivated by the Demons approach that will be discussed later in this manuscript.

The choice of similarity measurement was classified as intensity based, geometric based and hybrid based approaches. The intensity based method and the geometric based method alone have their own limitations. In fact, they complement each other. The hybrid based approach that combines both intensity and geometric based approaches is more preferable in the literature. The graph based image processing has been well studied in the past decades as the graph representation is simple, flexible and efficient to model different types of data.

The graph spectrum is isometric invariant and can be exploited in a spectral matching method, as well as in image registration method as a geometric constraint in combination with an intensity based matching. The Spectral Log-Demons method [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF] uses the graph spectrum in combination with the Log-Demons framework. This method can capture fast and complex deformations. However, the robustness to noise is one of the most important aspects in medical imaging, but the Log-Demons method was found to be sensitive to noise [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF]. Our work using graph spectrum in combination with classical registration frameworks (e.g. Demons and Bspline) on regular grid will be described in details in the next chapter of this manuscript. We examine the interactions of graph spectrum to registration, and to find an appropriate transformation model as well. The contribution of this research using Spectral Graph Wavelets for registration of noisy images is later described in the last section of the next chapter. This method outperforms the performance of the existing Spectral Log-Demons method. 

Introduction

This chapter describes different non-rigid image registration methods on biomedical images on regular grids with the graph approach. Let us consider that we have two images, a fixed image F with its intensity space denoted as I F and a moving image M with I M is its intensity space. The intensity spaces I F , I M are respectively set on the regular Cartesian coordinate spaces X F , X M ∈ N 2 . The goal of registration is to find an appropriate transformation s that maps the intensity spaces of the fixed image and the moving image. In practice, the mapping is not only applied to the intensity space but also to the spatial space, and more generally on the feature space extracted from the images to guarantee the registration problem is well-posed. One of the powerful tools that is recently utilized in the image registration problem is the Spectral Graph theory. In the Spectral Graph theory, the graph spectrum was used as the geometric constraint in the matching as presented in the work of Lombaert et al [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF] and the registration captures large and complex deformations although it still suffers from noise. This chapter begins with the introduction to the state of art of the Graph Theory as well as an overview of the Spectral Graph Theory. Then, two well-known frameworks Bspline and Demons in medical imaging are examined to utilize the graph spectrum as geometric constraint for the registration of biomedical images on a regular grid. Motivated by the intuition that the graph spectrum is invariant to isometry but sensitive to noise, this work proposes a registration method using Spectral Graph Wavelets as geometric constraints. The Spectral Graph Wavelet decomposition proposed by Hammond et al is defined through the Spectral domain. Thus, the Spectral Graph Wavelets carry out the similar characteristics as the graph spectrum. In addition, similar to the classical wavelets, the Spectral Graph Wavelets also represent the image hierarchically with different levels of details. The experimental results of the proposed method that uses Spectral Graph Wavelets outperform the existing method that uses graph spectrum, especially when noise exists. Our contribution "Spectral Graph Wavelet based Nonrigid Image Registration" [START_REF] Pham | Spectral Graph Wavelet based Nonrigid Image Registration[END_REF] was published in the conference ICIP (International Conference on Image Processing) taking place in Athens, Greece, in October 2018. This method will be described in the last section of this chapter.

Graph Theory

In the recent years, the signal processing on graphs has emerged in many different fields with different forms of signals (e.g, computer vision, sensor networks, traffic,...) due to the development of technology. This is because a graph is a simple and flexible model to structurally represent different types of data. In addition, graphs do not depend much on the data structure whether it is regular or irregular. The large literature allows us to easily find an appropriate model for our research. This section provides a review on graph theory and signal processing on graphs.

Review on Graph Theory

Graph based methods have been efficiently applied in the fields of networking, social network, transportation, biology, sensor. In graph based methods, data are represented on vertices of weighted or unweighted graphs. The idea of applying graph theory in image processing was known in the early 1970s [START_REF] Zahn | Graph-Theoretical Methods for Detecting and Describing Gestalt Clusters[END_REF]. Since then, many image processing applications have been deployed thanks to pixel adjacency graphs. Graph based approaches allow minimalistic and flexible representation of different types of images. They provide a discrete and mathematically simple representation to develop more efficient and accurate methods. In addition, graph based methods allow generic representation forms that can describe the geometric structures of voxels, as well as pixels. Common image processing tasks such as filtering, inpainting [START_REF] Chen | Signal denoising on graphs via graph filtering[END_REF][START_REF] Malek | Color graph based wavelet transform with perceptual information[END_REF], matching [START_REF] Foggia | Graph matching and learning in pattern recognition in the last 10 years[END_REF] were efficiently solved using graph representation of data.

Signal processing on graphs is an extension of classical discrete signal processing which is more complex and has irregular structure. Approaches to the shift operator of graph signal can be found in [START_REF] Girault | Translation on Graphs: An Isometric Shift Operator[END_REF]. Such approaches build an isometric graph translation operator in spectral domain as a phase shifting, which shows that graph shift shares properties with the time shift. Shuman et al [START_REF] David | Signal Processing on Graphs: Extending High-Dimensional Data Analysis to Networks and Other Irregular Data Domains[END_REF] gave an introduction of an emerging field of signal processing on graphs that merges algebraic and spectral graph theoretic concepts to process high dimensional data on graph. The discrete Signal Processing on Graphs theory such as frequency analysis can also be found in the research of Sandryhaila et al [START_REF] Sandryhaila | Discrete Signal Processing on Graphs: Frequency Analysis[END_REF].

Graph sampling theory can be found in [START_REF] Chen | Discrete Signal Processing on Graphs: Sampling Theory[END_REF][START_REF] Pesenson | Sampling in paley-wiener spaces on combinatorial graphs[END_REF][START_REF] Anis | Towards a sampling theorem for signals on arbitrary graphs[END_REF]. Anis et al [START_REF] Anis | Towards a sampling theorem for signals on arbitrary graphs[END_REF] extended the Nyquist-Shannon theory of sampling to band-limited signals defined on arbitrary graphs. The authors found a condition for a unique recovery of band-limited signal from its samples and provided a method of computing cut-off frequency for a given sampling set. On the contrary, [START_REF] Sakiyama | Oversampled Graph Laplacian Matrix for Graph Filter Banks[END_REF] described a method to oversample signals defined on a graph by using an oversampled Laplacian matrix, in which the original graph has to be decomposed into bipartite subgraphs. Chen et al in 2015 [START_REF] Chen | Signal Recovery on Graphs: Random versus Experimentally Designed Sampling[END_REF] studied signal recovery on graphs based on random sampling and experimentally designed sampling. At the same time, the authors proposed a class of smooth bandlimited graph signals, and accordingly proposed a recovery strategy based on a random experimental sampling. Later, they proved the possibility of perfect recovery of previous sampling approaches and studied the qualified sampling operator assigned to those approaches in [START_REF] Chen | Discrete Signal Processing on Graphs: Sampling Theory[END_REF]. [START_REF] David K Hammond | Wavelets on graphs via spectral graph theory[END_REF][START_REF] Narang | Unidirectional graph-based wavelet transforms for efficient data gathering in sensor networks[END_REF][START_REF] Sandryhaila | Discrete Signal Processing on Graphs[END_REF][START_REF] Crovella | Graph wavelets for spatial traffic analysis[END_REF] introduces different graph based transformations. In particular, Crovella et al [START_REF] Crovella | Graph wavelets for spatial traffic analysis[END_REF], Narang et al 2010 [START_REF] Narang | Unidirectional graph-based wavelet transforms for efficient data gathering in sensor networks[END_REF] and Hammond et al in 2011 [START_REF] David K Hammond | Wavelets on graphs via spectral graph theory[END_REF] provided different approaches for the graph signal wavelet transform. The graph wavelets in Crovella et al [START_REF] Crovella | Graph wavelets for spatial traffic analysis[END_REF] were defined on unweighted graphs for computer network traffic analysis. The wavelet function is designed using the geodesic distance. In this case, the value of a wavelet centered at one vertex on another depends only on the shortest distance between the two vertices. In the research of Hammond [START_REF] David K Hammond | Wavelets on graphs via spectral graph theory[END_REF], the spectral graph wavelets decomposition is defined on a weighted graph. The spectral graph wavelets can be approximated using Chebyshev polynomial approximation that avoids heavy computation for diagonalizing the Laplacian matrix.

In image processing, different graph based image denoising methods have been proposed due to the different graph wavelet decomposition methods. For instance, authors [START_REF] Malek | Color graph based wavelet transform with perceptual information[END_REF] proposed a denoising and inpainting application for color and multicomponent images using the graph wavelets defined through the spectral domain. The graph spectrum is also used in spectral matching. Spectral matching has been applied in many fields such as shape registration in images and segmentation of shapes. Spectral matching that uses the graph spectrum to find vertex correspondence was earlier proposed by [START_REF] Umeyama | An eigendecomposition approach to weighted graph matching problems[END_REF], and later by Scott et al [START_REF] Guy | An algorithm for associating the features of two images[END_REF] Chung et al [START_REF] Rk | Spectral graph theory[END_REF], and recently used in image registration [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF]. Let us here illustrate the graph definition and the signal processing on graphs.

Graph definition

This section begins with the definition of a graph. Basically, a graph is defined as G = (V, E). It consists of a finite set of vertices V = {v 0 , ..., v N -1 } where N is the number of vertices in the graph and a set of edges E representing the pairwise relationships between vertices [START_REF] Rk | Spectral graph theory[END_REF]. Each edge e ij ∈ E connects two vertices v i and v j with i = j. A finite dataset f = {f 0 , ..., f N -1 } is a graph signal if it is indexed by a graph G = (V, E) where each coefficient f i in f is indexed by a vertex v i ∈ V. The edge weights represent the relations between coefficients in f . In graph based image processing, each vertex can be a pixel or an image region and an edge depicts the relationships between neighboring pixels or regions. For a better understanding of how a graph is applied to image processing, suppose we define a graph over a simple discrete image. A graph is defined over the whole image where each pixel is represented as a vertex and each two vertices are connected if they are in the vicinity of Euclidean distance 1 (Figure 4.1). A weighted graph is a graph whose each edge e ij is associated with a weight value w ij defined with a function w : V → R. The graph is represented by an adjacency matrix A ∈ R N ×N , such that:

A ij =    w ij , if e ij ∈ E, 0, otherwise. (4.1)
For an undirected graph, the adjacency matrix is a zero-diagonal symmetric matrix.

The construction of the graph mainly focuses on point connectivity and the computation of edge weights. A simpler definition of adjacency matrix can be uniform, in which A ij = 1 if v i , v j are connected and A ij = 0 otherwise. Different metrics can be applied to compute the edge weights. Commonly for digital images, weights can be uniform. Each edge connects two neighboring vertices (pixels) v i and v j with a weight w ij = 1. In a more sophisticated case, edge weights are defined under the influence of the intensity difference between adjacency pixels by a Gaussian kernel, defined as:

w ij =    exp - (I i -I j ) 2 K 2 if (i, j) ∈ E , 0 otherwise. (4.2)
Parameter K > 0 controls the sensitivity to edges in the images. In other word, the value of K affects the influence of the difference between every two adjacent pixels. When the value of K increases, the influence of pixel difference decreases. In particular, when K is large, the value of the edge weight is closer to 1, and when K is small, the value of the edge weight is closer to 0.

If the value of K is fixed and small enough, the values of edge weights then depend on the intensity difference between adjacency pixels. Edges that connect pixels from different regions are given low weights and edges that connect pixels in the same uniform intensity region are given high weights.

K is chosen depending on the noise and texture characteristics of the image. In some cases, the edge weights also depend on the Euclidean distance between adjacency points in the way that they are inversely proportional. The weight is, thus, given as:

w ij =      exp - (I i -I j ) 2 K 2 ||x i -x j || 2 if(i, j) ∈ E, 0 otherwise. (4.3)
Concerning the graph topology, there is no general rule of how points are connected. In general case, one can use the k-nearest neighbor scheme to find adjacent points, or for each point, choose its adjacent points in one circle. In the case of regular data, such as an image, each pixel in the image is considered as one vertex and each vertex can be connected with its four closest neighbors, or with additional diagonal neighbors. In principle, for stronger graph connection, edges can be built on pixels with any larger spatial distance, but the graph communication cost will increase.

Degree d i of vertex v i is the sum of the weights of all the edges incident to vertex v i :

d i = j A i,j . (4.4) 
The degree matrix D of a graph is a diagonal matrix where each value D ii on the diagonal is the degree of vertex v i , therefore

D ii = d i .
The Laplacian matrix is given as L = D -A, and represents the algebraic connectivity of vertices in the graph as the adjacency matrix. In particular, each element (of the matrix L ij or A ij ) of the Laplacian matrix that is not on the diagonal indicates whether the two vertices v i and v j are connected or not, and the strength of the connection. But the spectrum of the Laplacian matrix plays an important role in many researches in the literature (segmentation [START_REF] Pedro | Efficient graph-based image segmentation[END_REF][START_REF] Honnorat | GraSP: geodesic graph-based segmentation with shape priors for the functional parcellation of the cortex[END_REF], image retrieval ( [START_REF] Mohamed | Deformable 3d shape retrieval using a spectral geometric descriptor[END_REF]) shape matching [START_REF] Kleiman | Robust Structure-Based Shape Correspondence[END_REF]). Next, a brief review of the spectral graph theory will be provided.

Spectral Graph Theory

The sets of eigenvectors and eigenvalues of the Laplacian matrix form the Laplacian spectrum of the graph. For an undirected and non-negative weight graph, the Laplacian matrix L is symmetric, and positive semidefinite. Thus, it can be represented via the spectral theorem:

L = χΛχ , (4.5) 
where Λ is a diagonal matrix with the eigenvalues 0 ≤ λ 1 ≤ λ 2 ≤ ... ≤ λ N on the diagonal, and X is an orthogonal matrix whose columns are the eigenvectors χ 1 , χ 2 , ..., χ N . From now on to the following chapters of this manuscript, the term χ = χ 1 , χ 2 , ..., χ N denotes the set of eigenvectors of the Laplacian matrix, also considered as the spectral coordinates of graph signals.

L is symmetric and the sum of each row in the matrix is equal to 0. Therefore, it is positive semi-definite and the first eigenvalue is equal to 0. The eigenvector associated with the second smallest eigenvalue is called Fiedler vector [START_REF] Rk | Spectral graph theory[END_REF], and it is an important tool for image segmentation. Since all the eigenvalues of the Laplacian matrix are non-negative, they can be interpreted as the frequencies existing in the associated graph, and the corresponding eigenvectors represent the frequency components.

Let us here give a sample of data representation on a graph and its graph spectrum. Suppose we have a graph signal f = (0.5, 0.8, 1, 0.4) . The edge weights are denoted as the absolute error between neighboring points. The adjacency matrix and the Laplacian matrix are, thus, denoted as follows: The discrete Laplacian operator in the graph domain is in analogy with the standard Laplacian operator of the Euclidean domain. In fact, in the case where the graph signal is defined on a regular mesh, the graph Laplacian corresponds to the Laplacian in the continuous domain. Looking at the example on Figure 4.2b, showing the eigenvalues and the corresponding eigenvectors presented as the graph signal. It can be seen that, as we go from low eigenvalue to high eigenvalue, we actually move from the low frequency component to the high frequency component. Conceptually, the eigenvectors of the Laplacian matrix are similar to the Fourier basis elements in the Euclidean space. Therefore, they are used to define the graph Fourier transform [START_REF] Lézoray | Image processing and analysis with graphs: theory and practice[END_REF].

A =       0 0.3 0 0 0.3 0 0.2 0 0 0.2 0 0.6 0 0 0.6 0       (4.6) L =       0.3 -0.3 0 0 -0.

Graph Fourier Transform

Forward Transform: Given a graph signal f ∈ R N , according to [START_REF] Sandryhaila | Discrete Signal Processing on Graphs: Frequency Analysis[END_REF] the graph Fourier transform of the signal at frequency λ is defined through the spectrum of graph Laplacian matrix as:

f ( ) =< χ , f >= N n=1 χ (n)f (n). (4.8) 
The f ( ) is considered as the th graph Fourier coefficient of f .

Inverse Transform: The inverse graph Fourier transform is formulated by:

f (n) = N =1 f ( )χ (n). (4.9)

Spectral Graph Wavelet Transform

Unlike Fourier transform which encompasses frequency components of the signal, the wavelet transform allows to simultaneously decompose the signal in both frequency domain and spatial domain. Classically, translating and scaling are simultaneously operated on a mother wavelet ψ in order to define an analysis basis. Wavelet coefficients are computed by taking inner product of the input function with these translated and scaled waveforms. However, it is difficult to directly apply scaling operation on signal defined on an irregular graph. To deal with this problem, Ham-mond et al [START_REF] David K Hammond | Wavelets on graphs via spectral graph theory[END_REF] proposed a spectral graph wavelet transform that is cast into the graph Fourier domain, in terms of the eigensystem of the graph Laplacian matrix.

The graph wavelets are modulated by a spectral graph wavelet generating kernel g, which performs as a band-pass filter in the spectral domain. Therefore, g satisfies g(0) = 0 and lim x→∞ g(x) = 0. Let g be the given wavelet kernel, T t g = g(tL) = χg(tλ)χ are the wavelet operators at scale t. According to 4.8, the Fourier transform of wavelet operator acting on given signal f is given by:

T t g f ( ) = g(tλ ) f ( ), (4.10) 
and the Inverse Fourier transform is written as:

(T t g f )(n) = N =1 g(tλ ) f ( )χ (n). (4.11)
Apply spectral graph wavelets to an impulse on a single vertex i at scale t, with notice that δ i ( ) = χ i χ and δi ( )

= N n=1 χ (n)δ i (n) = χ l (i),
we have:

ψ t,i (n) = (T t g δ i )(n) = N =1 g(tλ )χ (i)χ (n). (4.12)
The coarse coefficients of graph signal f at scale t are defined as:

W f (t, i) =< ψ t,i , f >= (T t g f )(i) = N =1 g(tλ ) f ( )χ (i). (4.13)
Observing the computation of the wavelet coefficients, the mapping of a graph signal f to its wavelet coefficients on a vertex i at scale t is a process of multiplying f by the kernel function, and then applying the inverse Fourier transform.

Scaling Function: As mentioned above, the kernel function g represents a bandpass filter in the spectral domain. In order to encode the low frequencies of signal f , a second class of waveforms h is defined similarly to the low pass filter in classical wavelet transform, such that: h(0) > 0 and lim x→∞ h(x) = 0. The scaling functions are denoted by:

ψ s i = T n δ i = h(L)δ i , (4.14) 
and the wavelet coefficents of scaling function:

W s f (i) =< ψ s i , f > . (4.15)
Given a graph signal f ∈ R N , suppose we analyse graph spectral wavelets of f at J scales, the constructed wavelets then compose of J + 1 spectral components, each component is a vector of N elements. In this research, the same formulations of cubic spline generating kernel function g and scaling function with [START_REF] David K Hammond | Wavelets on graphs via spectral graph theory[END_REF] is utilized, such that:

g(x) =          x 2 for x < 1 -5x + 11x -6x 2 + x 3 for 1≤x≤2 4x -2 for x > 2. ( 4.16) 
The Spectral Graph Wavelet decomposition of a graph signal f at t scales and with a generating kernel function g is summarized in Algorithm 1.

Input: f, t, g(x) Output: W f Do: Compute adjacency A; L ← A -D; χ, Λ ← eigendecomposition(L) W f (t, i) ← N =1 g(tλ ) f ( )χ (i);
Algorithm 1: computeSGW ()

From Demons Framework to Spectral Demons

The Demons framework, as mentioned earlier, is a computationally efficient and easy to implement method. The success of Demons based methods on different types of medical images show that it is an important and powerful technique in the field of medical imaging. From the classical Demons which is non-diffeomorphic, different methods were proposed to give symmetry and diffeomorphism. Lately, spectral graph theory was embedded in a feature matching problem under the Log-Demons framework to capture larger and more complex deformations by the work of Lombaert et al [START_REF] Lombaert | Spectral log-demons: diffeomorphic image registration with very large deformations[END_REF]. This section provides the evolution from the Classical Demons framework to the graph based Demons method called Spectral Demons image registration and experiments of the Spectral Demons method on biomedical images.

Demons Framework

Recall that the classical Demons proposed by Thirion [START_REF] Thirion | Image matching as a diffusion process: an analogy with Maxwell's demons[END_REF], the goal is to find a dense transformation s from fixed image F to moving image M such that I F = I M •s , where I F and I M are respectively the intensity space of F and M . It optimizes the objective function in an iterative scheme. Firstly, it computes a free form update field at each step with an optical flow method. Secondly, Gaussian filter is applied to the whole field at each step to obtain a smooth displacement field. The objective function consists in two terms. The first term, intensity similarity measure accounts for matching:

E Sim (F, M, s) = ||I F -I M •s || 2 .
The second term is a regularization to ensure that the transformation is smooth and is usually formulated as: E Reg (s) = ||∇s|| 2 . Thus, the transformation is acquired by optimizing the objective function:

E(F, M, s) = α i ||I F -I M •s || 2 + α r ||∇s|| 2 , ( 4.17) 
where the weighting parameters α i , and α r respectively control the intensity similarity and the level of smoothness of the transformation field.

As explained in the previous chapter, Cachier et al [START_REF] Cachier | Iconic feature based nonrigid registration: the PASHA algorithm[END_REF] introduced a hidden auxiliary variable c to mathematically clarify the decoupling of intensity correspondence and regularization in the optimization, as mentioned earlier. The additional term dist(s, c) 2 = ||s -c|| 2 accounts for the correspondence uncertainty with the weight of α x .

The global energy function with respect to the current transformation and hidden correspondence is defined by:

E(F, M, s, c) = α i ||I F -I M •c || 2 + α x ||s -c|| 2 + α r ||∇s|| 2 . (4.18)
The optimization is an alternate optimization over c and s. In each iteration, correspondence is obtained by computing a free form update field (u) with an optical flow method to minimize the first composition α i E Sim (F, M, c) + α x dist(s, c) 2 , with respect to c, supposing s is given. The intermediate update field u is computed using the second order of Gauss-Newton algorithm that is based on the image gradient:

u = - I F -I M •s ||∇I M •s || 2 + αx α i |I F -I M •s | 2 ∇I M •s , (4.19) 
where the composition operator M • φ expresses the transformation of M according to the transformation map φ. In this context, the transformation of M with respect to s is performed by an interpolation method.

Then, the second composition α x dist(s, c) 2 + α r ||∇s|| 2 is minimized, with respect to s, supposing c is given. This is acquired by applying a fluid like Gaussian filter K fluid ( with σ fluid ) to the whole update field. Then, an additional step of smoothing is applied on the whole transformation field with diffusion Gaussian kernel K diff (with σ diff ). The optimization is illustrated in Algorithm 2 (where the notation accounts for the convolution operator).

The Log-Demons registration proposed by Vercauteren et al [START_REF] Vercauteren | Non-parametric diffeomorphic image registration with the demons algorithm[END_REF] is parameterized on the Lie algebra [START_REF] Lord | Lie groups and Lie algebras (chapters 1-3)[END_REF] through the exponential map by a stationary velocity field v, with s = exp(v) and c = exp(v c ) resulting to a smoother and invertible registration (such that s -1 s = I) compared to the classical Demons method. Thus, the Input: F, M, maxiter Output: s Initialize: s ← 0, i ← 0 while i < maxiter do u ← -

I F -I M •s ||∇I M •s || 2 + αx α i |I F -I M •s | 2 ∇I M •s ; u ← K fluid u; c ← s + u; s ← K diff c; i ← i + 1; end Algorithm 2: Classical Demons
energy function is written in the Log-Demons domain as following:

E(F, M, exp(v), exp(v c )) = α i ||I F -I M •exp(vc) || 2 + α x ||v -v c || 2 + α r ||∇v|| 2 . (4.20)
The transformation update is alternated with an intrinsic update step on the Lie group [START_REF] Lord | Lie groups and Lie algebras (chapters 1-3)[END_REF] of diffeomorphisms: s ← s • exp(u) = exp(v) • exp(u). This composition can be obtained through the Baker-Campbell-Hausdorff approximation [START_REF] Gilmore | Baker-Campbell-Hausdorff formulas[END_REF]: exp(v)• exp(u) ≈ exp(v + u).

The exponential map can be efficiently computed as explained in [START_REF] Nicholas | The scaling and squaring method for the matrix exponential revisited[END_REF]. By that, the exponential map of the velocity field v is approximated through the scaling and squaring method whose approximation starts by: exp (v) = (exp(v/2 N )) 2 N . The idea of the approximation method is to choose N such that v/2 N has a norm of order 1. The initial scaling takes place s ← v/2 N and then the approximation is formed by N repeated squaring s ← s • s. Consequently, s is the approximated exponential of v. The computation of the exponential of the velocity field v is described in Algorithm 4. The velocity field and the transformation are then updated v ← v + u, s ← exp(v) in each iteration.

Lastly, the regularization is applied, first with a fluid like Gaussian filter (σ fluid ) on the intermediate update field (u), and second on the velocity field v with diffusion Gaussian kernel (σ diff ) as in Algorithm 3.

Input: F, M, maxiter Output: s ← exp(v) Initialize: v ← 0, i ← 0 while i < maxiter do s ← exp(v); u ← - I F -I M •s ||∇I M •s || 2 + αx α i |I F -I M •s | 2 ∇I M •s ; u ← K fluid u; v c ← v + u; v ← K diff v c ; i ← i + 1; end Algorithm 3: Log-Demons Input: Velocity field v Output: s ← exp(v) Do: Choose N ∈ N | 2 -N v ≈ 0 (e.g. if max p ||2 -N v(p)|| ≤ 0.5, N ← max(log 2 (||v||)); s(p) ← 2 -N v(p); i ← 0; while i < N do s ← s • s; i ← i + 1; end Algorithm 4: Exponential s = exp(v).

Scaling and Squaring method for computing exponential in the Lie group

The Log-Demons framework allows an inverse computation of the transformation s -1 = exp(-v). Therefore, a symmetric registration framework can be obtained, where the registration does not depend on the order of the input images. This was introduced in [START_REF] Vercauteren | Symmetric log-domain diffeomorphic registration: A demons-based approach[END_REF], such that: s = arg min(E Sim (F, M, s) + E Sim (F, M, s -1 )). This symmetric scheme splits the demons force search in each iteration into forward and backward correspondences by minimizing the direct and inverse energy E Sim (F, M, s) and E Sim (F, M, s -1 ) resulting in forward and backward update u f w and u bw for each iteration. The overall update field u is now the average u f w and u bw when mapping images from F to M • exp(s) and from M to F • exp(s -1 ). The optimization of the Log-Demons method is summarized in Algorithm 5.

Input: F, M, maxiter Output: s ← exp(v) Initialize: v ← 0, i ← 0 while i < maxiter do s ← exp(v), (s -1 = exp(-v)); u fw ← - I F -I M •s ||∇I M •s || 2 + αx α i |I F -I M •s | 2 ∇I M •s ; u bw ← - I M -I F •s -1 ||∇I F •s -1 || 2 + αx α i |I M -I F •s -1 | 2 ∇I F •s -1 ; u ← 1 2 (u fw -u bw ); u ← K fluid u; v c ← v + u; v ← K diff v c ; i ← i + 1; end Algorithm 5: Symmetric Log-Demons

Spectral Demons

The previous image registration based on local iterative gradient is easy to get trapped into local minima. In the research of Lombaert et al [START_REF] Lombaert | Spectral log-demons: diffeomorphic image registration with very large deformations[END_REF], the authors alternate the step of searching for demon forces using Gauss-Newton optimization with a direct feature matching technique that combines intensity, spatial, and the graph spectra as geometric constraints in registration. Let us briefly review this image registration technique and provide experiments on our biomedical images.

Matching with Intensity Information

Feature matching is a process of finding correspondence between fixed set F = {f 1 , f 2 , ..., f P } and moving set M = {m 1 , m 2 , ..., m Q } of feature points. Where each point f p or m q is a vector of features (i.e., HOG feature, spatial coordinates f p = (x F (p), y F (p)), image intensity, shape feature). The goal of the matching is to find the deformation map s that minimizes the difference between the two sets in feature space, such that s = argmin(Sim(F, M, s)) A direct feature matching method finds closest point in the moving set to each point in the fixed set, such that s(p) = argmin q ||f p -m q ||. To prevent unsmooth transformation, the spatial coordinate of points is used in registration, apart from the intensity information. This is because different points at far apart positions can share similar intensity values. In this case, the registration lacks a spatial regularization and results in an unsmooth displacement field as illustrated on Figure 4.3a. Thus, the optimization of intensity difference can be combined with a spatial regularity term to prevent the motion vectors from going too far. The objective function can be defined by:

Sim(F, M, s) = p ||f p -m s(p) || 2
Sim(F, M, s) = α i (I F -I M •s ) 2 + α s ||x F -x M •s || 2 , ( 4.22) 
Where α i controls the intensity similarity and α s defines the level of smoothness of the deformation field. x F = (x F , y F ), x M = (x M , y M ) are the set of spatial coordinates of fixed image and moving image. Obviously, we can define the images in feature space that composes the intensity and spatial constraints with mathematical notations, such that for each point p in F and q in M we can define the feature vectors:

f p = (α i I F (p), α s x F (p), α s y F (p)
) and m q = (α i I M (q), α s x M (q), α s y M (q)). The direct matching finds the closest point q from the moving set M to p in F such that:

s(p) = argmin q (α i (I F (p) -I M (q)) 2 + α s ||x F (p) -x M (q)|| 2 ), (4.23) 
In other word, if point q ∈ M is closest to point p ∈ F in term of intensity and spatial position, then s(p) = q.

Matching with Geometric Constraint

The optimization of Equation 4.22 lacks isometric invariance (neighboring points still preserve their relative distances after transformation). The question is, how to preserve object geometry when objects are in different poses? For the Demons and Log-Demons frameworks, different solutions to add a geometric constraint were proposed [START_REF] Lin | A topology preserving non-rigid registration algorithm with integration shape knowledge to segment brain subcortical structures from MRI images[END_REF][START_REF] Cifor | Hybrid feature-based diffeomorphic registration for tumor tracking in 2-d liver ultrasound images[END_REF][START_REF] Siless | Joint T1 and brain fiber log-demons registration using currents to model geometry[END_REF][START_REF] Lombaert | Spectral log-demons: diffeomorphic image registration with very large deformations[END_REF]. For instance, [START_REF] Siless | Joint T1 and brain fiber log-demons registration using currents to model geometry[END_REF] proposed to add a geometric constraint in the space of currents jointly with iconic registration. On the other hand, Lombaert et al [START_REF] Lombaert | Spectral log-demons: diffeomorphic image registration with very large deformations[END_REF] use additional graph spectral representation of shape as geometric constraint. The matching with geometric constraint finds correspondences between F and M where each point p th in F and q th in M are respectively defined as:

f p = (α i I F (p), α s x F (p), α y y F (p)), α g G F (p)
) and m q = (α i I M (q), α s x M (q), α s y M (q), α g G M (q)), where G F and G M account for the geometric constraints of the fixed and moving im-ages.

The registration with geometric constraint walks toward the optimum of the following function:

Sim(F, M, s) = α i (I F -I M •s ) 2 + α s ||x F -x M • s|| 2 + α g ||G F -G M•s || 2 , ( 4.24) 
The Spectral Log-Demons approach [START_REF] Lombaert | Spectral log-demons: diffeomorphic image registration with very large deformations[END_REF] considers the first k eigenvectors corresponding to the lower eigenvalues of the Laplacian matrix of the graph defined on each image as the spectral coordinates on behalf of the geometric constraint. Thus, the objective function of the Spectral Log-Demons method is denoted as follows:

Sim(F, M, s) = α i (I F -I M •s ) 2 + α s ||x F -x M • s|| 2 + α g ||χ F -χ M•s || 2 , ( 4.25) 
where χ F and χ M stand for the spectral coordinates of the fixed and moving images. The demon forces in forward and backward mappings i.e. u fw and u bw are obtained by applying a direct point matching scheme instead of the gradient update in the classical Demons. As it is obvious on the Figure 4.4d, the energy value does not monotonically increase or decrease but fluctuates when the number of iteration increases, and the best solution is obtained at the iteration of 45. This phenomenon is not a surprise because it was somewhat proved in the original article [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF] that the algorithm starts to fail when much noise occurs, and the images used in this experiment are noisy by their nature. In Figure 4.5, we register 4 random pairs of images in the microendoscope image sequence. Although the energy values seem to converge fast at the early iterations and remain unchanged when it gets to the lowest value, the restored images suffer from smoothing effect, especially in the 3 rd and the 4 th cases. This phenomenon happens because of the changes in illumination of the images.

Input: F, M, maxiter Output: s ← exp(v) Initialize: v ← 0, i ← 0 while i < maxiter do s ← exp(v), (s -1 = exp(-v)); Laplacian L F •s -1 , L M •s ; χ F •s -1 ← eigendecomposition(L F •s -1 ); χ M •s ← eigendecomposition(L M •s ); u fw ; u bw ; u ← 1 2 (u fw -u bw ); u ← K fluid u; v c ← v + u; v ← K diff v c ; i ← i + 1; end Algorithm 6: Spectral Log-Demons
In both cases, the Spectral Demons algorithm does not properly converge. This is due to the complex texture of the images , and changes in brightness of microendoscope images. Next, the interaction of the graph spectrum in the registration using the well-known interpolation model method called Bspline approach is examined. 

Spectral Bspline

Apart from the Demons approach, a very well known registration model in the medical imaging field is the B-spline approach. This model has advantages of producing smooth transformation and the transformation has better physical fidelity than the Demons model [START_REF] Hub | B-spline registration versus demons algorithm-a quantitative comparison of accuracy and invertibility based on artificially created test cases for the lung[END_REF]. This section describes a registration based on the B-spline method introduced in [START_REF] Rueckert | Nonrigid registration using free-form deformations: application to breast MR images[END_REF] with an additional graph spectral constraint. The classical Bspline registration method is first described before the registration with spectral constraint is presented.

Bspline Registration

Bspline registration is inspired by Bspline warping techniques, in which an image is derived by a grid of control points and a predefined piecewise Bspline polynomial.

To describe the Bspline algorithm, we denote: Ω = {(x, y)|0 ≤ x < m, 0 ≤ y < n} as the domain of an image of size m × n. A set of control points is denoted on a mesh φ of size n x × n y , overlaid on space Ω with uniform spacing. Let φ i,j be the value of the ij th control point. The transformation model function can be written as the tensor product between cubic Bsplines and the control points.

T φ (x, y) = 3 l=0 3 p=0 B l (t u )B p (t v )φ i+l,j+p , (4.26) 
where i = x nx -1, j = y ny -1, t u = x nx -x nx , t v = y ny -y ny , and B l , B p are uniform cubic Bspline functions defined as:

           B 0 (t u ) = (1 -t u ) 3 /6, (4.27a) B 1 (t u ) = (3t u 3 -6t u 2 + 4)/6, (4.27b) B 2 (t u ) = (-3t u 3 + 3t u 2 + 3t u + 1)/6, (4.27c) B 3 (t u ) = t u 3 /6 (4.27d) with 0 ≤ t u < 1.
The cubic Bspline function contributes to weighting each control point to the computation of transformation based on its distance to the center point (x, y). The registration problem becomes the problem of finding the best set of control points that minimizes the similarity between images. Bspline registration minimizes the similarity between two images by iteratively updating the grid of control points with subject to every point as a parameter, and deform the moving image M with it until the minimal similarity is reached. The similarity measurement is given as:

Sim(F, M, φ) = [I M •T φ (x) -I F ] 2 , (4.28)
where F, M are respectively fixed and moving images. T φ (x) is the transformation function of control points.

Optimization

To optimize Equation 4.28 with respect to the grid of control points φ, φ is assumed to be known in the current estimation. It is then iteratively incremented by ∆φ such that the value of the objective function at φ + ∆φ decreases. In other word, the optimization iteratively finds φ ← φ + ∆φ such that this function is minimized:

|I M •T φ+∆φ (x)) -I F | 2 . (4.29)
The optimization process is operated in several steps using a line search optimization i.e. to find a descent direction along which the objective function will reduce. The general optimization process to minimize a given function f (φ) with respect to φ is described in Algorithm 7. Different methods were proposed to find the descent direction. The Quasi-Newton method is a non-linear optimization method triggered by a second order Taylor approximation , where the update of φ is given by:

φ k+1 ← φ k -[H(φ k )] -1 ∇f (φ k ), (4.30) Input: f (φ) Output: φ Initialize: φ ← φ 0 , k ← 0 while ∆φ < τ do Compute ∆φ|f (φ k + ∆φ) < f (φ k ); φ k+1 ← φ k + ∆φ; k + +; end Algorithm 7: General optimization
where H(φ k ) represents the Hessian matrix of the objective function f (φ). When the number of variables is large, the computation of the Hessian matrix and its inverse becomes complicated and expensive. The computation of the Hessian matrix is replaced by the Quasi-Newton method by applying an approximation to the inverse of the Hessian:

B k = [H(φ k )] -1
in combination with an inexact line search (such as Wolfe conditions [START_REF] Wolfe | Convergence conditions for ascent methods[END_REF]) to find the direction α k in each iteration. The methods in the Quasi-Newton class differ in the way they approximate the Hessian matrix and its inverse. The general description of Quasi-Newton method is presented in Algorithm 8.

Input: f (φ) Output: φ Initialize: φ ← φ 0 , k ← 0 while ∆φ < τ do α k ← LineSearch(φ k , f ) ; B k ← [H(φ k )] -1 (diverges); φ k+1 ← φ k -α k B k ∇f (φ k ); k + +; end Algorithm 8: Quasi-Newton optimization
Among the class of Quasi-Newton methods, the Broyden-Fletcher-Goldfarb-Shanno (BFGS) is one of the most efficient and is thus one of the most popular methods [START_REF] Klein | Evaluation of optimization methods for nonrigid medical image registration using mutual information and B-splines[END_REF]. It is indeed an iterative method that seeks stationary point of a function by ap-proximating the Hessian matrix in each iteration, and the current Hessian update is propagated to the next approximation. When the number of variables becomes extensively large, such as in case of Bspline registration for 2D images, the control points are set on a 2D grid, the updating and storing of the Hessian matrix and its inverse become much more computationally expensive. The so-called Limited-memory BFGS (LBFGS) method [START_REF] Nocedal | Updating quasi-Newton matrices with limited storage[END_REF] is a variant of the BFGS method that eliminates the need for storing the Hessian matrix and its inverse matrix in memory.

Registration

The Bspline image registration using Quasi-Newton optimizer is described as in Algorithm 9. It starts with the fixed and moving images, and an initialization of a grid of control points as the input. The registration problem walks toward the minimization of the objective function Equation 4.28. In each iteration, the transformation field T φ is updated as described previously in Equation 4.26. And then the moving image is updated according to the current transformation field. Once the moving image is updated, the new value of the objective function is therefore computed, and thus, the new variable is updated in the current iteration.

Input: F, M, maxiter Output: φ Initialize: φ ← φ 0 , k ← 0 while k < maxiter do

T φ ← 3 l=0 3 p=0 B l (t u )B p (t v )φ i+l,j+p ; M ← M • T φ ; α k ← LineSearch(φ k , Sim(F, M, φ)) ; Approximate B k = [H(φ k )] -1 ; φ k+1 ← φ k -α k B k ∇f (φ k ); k ← k + 1; end Algorithm 9: Bspline Registration

Spectral Bspline Image Registration

As in classical Bspline image registration formulated in Equation 4.28, the optimization lacks geometric constraint. Motivated by the idea that the graph spectrum can be used for registration, this work proposes to add an additional spectral constraint to the optimization, such that, the graph spectrum characterizes the geometric feature of the images. The registration that involves spectral constraint optimizes the following objective function:

Sim(F, M, φ) = [I M •T φ (x) -I F ] 2 + λ g [χ M •T φ (x) -χ F ] 2 (4.31)
where λ g isthe spectral weight, χ F and χ M •φ are the graph spectral constraints of the fixed image and the moving image. Equation 4.31 can be minimized by using an optimization algorithm that iteratively updates the variables towards the minimum such as Gradient Descent, Quasi-Newton, or LBFGS method as described previously. For low cost, not having to compute the Hessian matrix of a large number of variables, and more stable optimization, this work uses LBFGS algorithm. The optimization takes an initial grid of control points φ init , the fixed and moving images as inputs. The output is the transformation T from F to M . In each iteration of registration, the transformation field T is updated with respect to the updated control points φ as in Equation 4.26. The moving image M is then updated according to the current transformation field. After that, the graph spectrum are computed for the moving image as described in section 4.2. Notice that, only the moving image is deformed at each iteration. Thus, we compute the spectra of the fixed image once at initial stage, while the spectrum of the moving image is updated as the moving image is deformed. The update step of control points ∆φ is then found by performing LBFGS optimization algorithm to minimize Equation 4.31. The optimization is summarized in Algorithm 10.

Input: F, M, maxiter Output: φ Initialize: φ ← φ 0 , k ← 0 Laplacian L F ; χ F ← eigendecomposition(L F ); while i < maxiter do T φ (x, y) ← 3 l=0 3 p=0 B l (t u )B p (t v )φ i+l,j+p ; M ← M • T φ (x, y); Compute Laplacian L M ; χ M ← eigendecomposition(L M ); α k ← LineSearch(φ k , Sim(F, M, φ)) ; B k ← [H(φ k )] -1 ; φ k+1 ← φ k -α k B k ∇f (φ k ); k ← k + 1; end Algorithm 10: Spectral Bspline

Results

This section evaluates the performance of the Spectral Bspline registration method and compares it with the classical Bspline registration method on biomedical images with random deformations. Registration is performed on two pairs of images. The first pair is of the original, while Gaussian noise is added to the second pair, in order to observe how these methods operate with noise.

The graph representation of each image is constructed using eight neighbor connectivity over each point. The weight of the edge that connects vertex i and vertex j is denoted as:

w ij =    exp - (I i -I j ) 2 ||x i -x j || 2 if(i, j) ∈ E, 0 otherwise. (4.32)
Once the graph topology and graph weights are defined, the graph Laplacian can be computed according to section 4.2. And thus, the optimization is operated according to Algorithm 10. The experiment is tested on biomedical images of size 64 by 64 with a random deformation.

In order to observe the interaction of noise on the registration, a random Gaussian noise (standard deviation σ noise = 0.01) was added to the original images. Table 4.1 depicts the MSE of the fixed image and the registered image after Bspline and Spectral Bspline registrations.

As shown in the table, in the non-noisy case, Spectral Bspline algorithm performs better than the Bspline algorithm when the spectral weight is λ g ≤ 0.1. The Spectral Bspline methods get the best registration at λ g = 0.05, with M SE = 1.935 × 10 -3 .

In the noisy case, a more significant improvement between Spectral Bspline and Bspline algorithm is observed. In more details, Spectral Bspline algorithm gives better results when the value of spectral weight is λ s ≤ 0.2, and the best registration of Spectral Bspline method falls at M SE = 17.09 × 10 -3 when λ g = 0.05. When the value of λ g is greater than 0.5, the performance of Spectral Bspline becomes worse than classical Bspline algorithm. This implies that the spectral weight should not be too large, and the intensity information plays a more important role than the spectral information. 4.6d and 4.6f respectively demonstrate the absolute difference between fixed image and restored image of Bspline and Spectral Bspline techniques. We can see that there is less error at the region covered by the green rectangle of the result obtained by Spectral Bspline algorithm (see Figure 4.6d, 4.6f). However, the improvement of the Spectral Bspline method is minor compared to the Bspline method. The convergences of the Bspline and Spectral Bspline registration depend on the number of control points initialization of the control points. It is observed that the L-BFGS optimization method is faster and less memory cost that can perform well in the classical Bspline registration method. However, it is still memory limited and takes a long time to execute the Spectral Bspline method, but gain minor improvement. This is because the line search step has to compute the graph in each iteration and each Hessian approximation. In contrast, a Demons based approach with an intermediate gradient update is faster to execute than the Bspline approach, thus, more appropriate with a graph based application. We now introduce our contribution that is based on the Demons framework and outperforms the existing graph based Spectral Demons method in term of noise. 

Objective function

At this stage, the graph representation and construction have been briefly introduced.

In addition, the Spectral Graph Wavelet decomposition as well as the Bspline and Demons registration methods are described. However, the registration using Bspline is computationally expensive due to the gradient search. This is especially the case when graph computation is applied in each line search iteration, while the Demons method is more simple to execute. In addition, the convergence of the Bspline method also depends on the choice of the number of control points and the control point initialization that is sometimes difficult to predict. On the other hand, classical intensity based methods are limited to the local scope and lacks geometric invariance.

A spectral approach that is geometric invariant is well known to adapt to nonlocal deformations. Such complementary approaches motivate a hybrid method that combines intensity and geometric information. Spectral Graph Wavelet approach is a multiscale graph based technique, that is defined in graph spectral Fourier domain. Therefore, Spectral Graph Wavelets are not only geometric invariant but also allow us to analyze graph data in different frequency bands. In this section, we provide our objective function that contains Spectral Graph Wavelet constraint for geometric invariance. Suppose we analyze Spectral Graph Wavelets of each image at t scales, the constructed Graph Wavelets are then composed of t + 1 components, where the first component is the coarse approximation, and the rest are the Spectral Graph Wavelets coefficients at scales 1, . . . , t. The first k components at lower bands (with k < t) are chosen for use in registration and they are denoted as W F and W M for the fixed and moving images. The choices of t and k depend on the image characteristics and t defines the levels of details that we want to use. The specifications of the generating kernel function g and the scaling function h in [START_REF] David K Hammond | Wavelets on graphs via spectral graph theory[END_REF] are exploited.

Once the Spectral Graph Wavelet coefficients are computed, they are embedded as the SGW coordinates of the feature sets built for each images:

F = (α i I F , α s x F , α g W F ) and M = (α i I M , α s x M , α g W M )
. The optimization is cast into a feature matching by applying a nearest neighbor search (e.g, k -d tree). The optimization walks towards the minimum of the following objective function:

E(F, M, s) = α i ||I F -I M •s || 2 + α s ||x F -x M •s || 2 +α w ||W F -W M •s || 2 , (4.33)
where α i , α s , and α w are respectively the intensity, regularization, and spectral wavelet weights.

The optimization is an iterative scheme that is a trade-off between the minimization correspondence search and a regularization of the motion field. In each iteration, the transformation field is achieved by performing optimization on Lie algebra through an exponential map of the stationary velocity v according to [START_REF] Vercauteren | Diffeomorphic demons: Efficient non-parametric image registration[END_REF]. Spectral Graph Wavelets are computed for both updated images. The update fields u f w and u bw are found in both forward (F to M • s) and backward (M to F • s -1 ) matching. To do that, the auxiliary variable c is introduced, it plays the role of the intermediate correspondence in the current iteration.

For instance, if c is the correspondence from F to M , c is found such that, for each point p in F in correspondence with point q in M , we have F (p) = M (q), and thus c(p

) = q. c(p) = argmin q (α i ||I F (p) -I M (q) || 2 +α s ||x F (p) -x M (q) || 2 +α w ||W F (p) -W M (q) || 2 ) (4.34)
This correspondence mapping can efficiently done by a nearest neighbor search (e.g. k-d tree). Consequently, the value of update field u at p is denoted as:

u(p) = x M (c(p)) -x F (p) (4.35) 
The symmetric update field u is the average of u f w and -u bw : u = 1 2 (u f w -u bw ). The next step is to smooth the update field u with a Gaussian kernel K fluid with standard deviation σ fluid . The velocity field v is updated by the computed update field, and then smoothed with a Gaussian kernel K diff with σ diff . The registration process can be summarized in Algorithm 11.

Input: Fixed and moving images: F, M Output: Transformation field s = exp(v) Initialize: Velocity field v while i < maxiter do s = exp(v);

W F •s -1 ← computeSGW (F • s -1 ); W M •s ← computeSGW (M • s); c F →M •s ; u f w ; c M →F •s -1 ; u bw ; u ← 1 2 K fluid * (u f w -u bw ); v ← log(exp(v) • exp(u)); v ← K diff * v; end
Algorithm 11: SGW Demons Registration

Results

Here, the proposed method is benchmarked against two existing algorithms (i.e. Log-Demons and Spectral Log-Demons) on classical images and medical images. An eight neighbor graph connectivity is utilized in all of the experiments. In the computation of the edge weights as described in Session 4.2, a large value of K (K = 30) is chosen to have an application that is less sensitive to noise. This in turn has less influence of intensity difference on the computation of edge weight (Equation 5.3).

Experiments on Lena images

In the experiments on Lena images, we evaluate the difference between the performance of our method and the existing methods Log-Demons and Spectral Log-Demons. The moving image is obtained by randomly deforming the fixed image as shown in Figure 4.8. Noticeably, the deformations are placed at most of the regions of the image but the highest level of deformations are seen at the front hat region and the neck. The algorithms use the same weighting parameters (α i = 20, α s = 4, α g = 1).

In the Spectral Demons algorithm, two eigenmodes are used while in our algorithm, we use three first components (k = 3) from four scales of Spectral Graph Wavelet decomposition (t = 4). 

.2 -MSE between the restored image and the fixed image

The focus here is more on the robustness to noise of the algorithms rather than the robustness to the amount of deformations. To evaluate the performance of the methods when noise exists, Gaussian noise with different values of standard deviation (σ noise ∈ [0, 0.2]) is added to the images. The registration of the images with increasing Gaussian noise are presented in Figure 4.10 after 50 iterations, where each row presents the registration results of the three methods on images with Gaussian noise added, the standard deviation values of Gaussian noise are σ noise = 0, 0.01, 0.02, 0.05, 0.07 respectively. The first three columns of Figure 4.10 present the restored images associated with the best iterations (smallest MSE) of the Log-Demons method, the Spectral-Log Demons method, and our method respectively.

To be more objective and statistical, the iterations of the three methods are shown numerically on the fourth column, where the MSE values between the registered image of each method and the fixed image with respect to the number of iteration are compared with each other. It shows that, when there is no noise, the performance of the Spectral Log-Demons method and our method are similar (our method has a slight improvement compared to the Spectral Log-Demons method). The neck and front hat regions are well registered. In contrast, the Log-Demons method does not capture the large deformations due to the slow convergence of the Gradient update. However, when noise exists, the performance of the Spectral Log-Demons method starts to fall while our method still keeps its advantages. For example, when σ noise = 0.01, the larger and more complex deformed regions do not move closer to the exact positions although the MSE values still show its convergence.

To have a better view of how each method is robust to noise, the evolution of MSE of each method with respect to noise is demonstrated in Figure 4.9, In addition, Table 4.2 gives some examples of the exact MSE values between the restored and the fixed images. In all of the optimization, the registration chooses the best transformation corresponding to the minimum MSE. When the noise increases (σ noise > 0.075), the MSE value of Spectral Log-Demons registration is larger than the Log-Demons method, while our method still keeps its advantages until σ noise increases to 0.17. When σ noise > 0.17, our method gains larger MSE value than the Log-Demons method. After all, our method is more robust than the Spectral Log-Demons method in all of the tested cases on Lena image. 

Experiments on medical images

We now evaluate the registration of T1 brain images and endomicroscopic images. The performance of our method and the benchmarks (Log-Demons and Spectral Log-Demons)is evaluated on medical images with the registration of a pair of the T1 brain images and a pair of randomly deformed microendoscopic images, shown in Figure 4.11. The first and second columns of images respectively present the fixed and moving images and the third column graphically shows the absolute error of the fixed and moving images. We use the same set of weighting parameters (α i = 20, α s = 4, α g = 1. α g is the spectral weight of Spectral Log-Demons, and SGW weight in our method). We use t = 4 number of scales for SGW computation and choose k = 3 first components of SGW (including the scaling function component) for our method, and k = 2 eigenmodes for Spectral Log-Demons method.

Figure 4.12 shows the comparison between the output of the proposed algorithm and the outputs of the existing solutions. The first and second rows of Figure 4.12 show the registration results of two T1 brain images. In the first row from left to right are the registered images of the Log-Demons, Spectral Log-Demons and the proposed method respectively. The second row displays the corresponding graphical Absolute Difference of the methods. The top right figure in Figure 4.12 shows the comparison in terms of Mean Square Error (MSE) with respect to the number of iterations of all algorithms. Similarly, the third and fourth rows show the registration results of image microendoscope images. The fixed image is cropped from the center region of an microendoscope image. The moving image is generated by performing a random bspline transform on the fixed image. The bottom right figure shows the MSE curves of the methods with respect to the number of iterations of the registration of microendoscope images.

As can be seen in Figure 4.12, the methods with a geometric constraint (Spectral Log-Demons method and the proposed method) move faster to the convergence of the registration. However, in the registration of T1 images and at further iterations, the MSE of the Log-Demons method decreases and gets close to the MSE value of the Spectral Log-Demons method. The proposed method moves fast to the minimum Fixed Moving Absolute Error In both cases, the proposed method outperforms the benchmarking methods in term of both visualization and energy measurement.

In order to show the robustness to noise of the registration methods of medical images, a Gaussian noise is added to the fixed and moving images with standard deviation σ noise ranging from 0 to 0.1 to the T1 brain images. The MSE value of the algorithms with respect to noise is shown in Figure 4.13. To see more clearly, the fixed (in red channel) and registered (in green channel) images of the algorithms are blended in a RGB image when σ noise = 0.014. The significant misalignment of Log-Demons and Spectral Log-Demons is shown in the cropped regions (in the blue rectangle at the forehead region, and in the yellow rectangle close to the back neck region). And the Log-Demons method shows more misalignment on the entire image. It is observed in the MSE graph that the performance of the Spectral Log-Demons method fluctuates unpredictably with respect to the amount of noise. In all of the tested cases, the proposed method provides the best results compared to other methods. 

Conclusion

In this chapter, different graph based non-rigid image registration methods on classical images on a regular grid were described. Firstly, the fundamental graph theory was introduced, in order to have an overview of the use of the data representation on graphs as well as the spectral graph theory. The classical image registration methods such as Log-Demons and Bspline based on local iterative gradient easily fall into local minima. The Spectral-Demons method [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF] utilizes the graph spectrum as a geometric constraint to capture large deformations. It was used to examine the registration of microendoscopic images, but failed to succeed due to the inability to operate on images with much noise. Otherwise, this work is motivated by the idea of using graph spectrum in registration. This work proposes a Spectral Bspline method and examines it on microendoscopic images. However, the improvement of the Spectral Bspline method is minor compared to the classical one, but is computationally expensive due to the graph computation in every line search step. Next, this work proposes a new strategy that is based on the Log-Demons framework and utilizes the Spectral Graph Wavelets decomposition as a geometric constraint instead of the graph spectrum. The proposal outperforms the existing methods that use the similar Demons framework. In general, the Spectral Log-Demons method and the proposal converge faster than the classical Log-Demons framework and capture the large deformation while the Log-Demons method converges slowly due to the gradient update. However, when much noise exists, the Spectral-Log Demons method fails to register the images. Conversely, the proposed method uses Spectral Graph Wavelets still keeps its advantages over the Log-Demons and Spectral-Demons methods when the amount of noise increases. The experiments on T1 brain images when increasing Gaussian noise is added shows that the Spectral Demons method is difficult to predict when it converges because the energy measurement with respect to noise fluctuates as the noise increases.

Although registration of microendoscopic images with irregularly sampled data is still a challenging problem to overcome, the idea of using the Spectral Graph Wavelet decomposition in image registration motivated our research on registration of images on irregular grids. This is because such methods have shown to provide improvements over the existing ones. The next chapter presents a method to register microendoscopic images on irregular grids and the solution to construct a panorama from a sequence of images on irregular grids. 

Introduction

As it was introduced in Chapter 2, in a microendoscopic acquisition, each image is taken by a multiphoton microendoscopic whose optical fiber scans along a spiral 79 path, starting from the center to the periphery of the area. Such scanning with a temporal sampling produces a list of raw pixels on an irregular grid with floating coordinates. Thus, each acquired image is a set of floating point coordinates with different point densities at different regions. In addition, the images also suffer from noise and distortions due to the movement of the probe and the soft tissue.

Our contribution that investigates the Spectral Graph Wavelet decomposition under the Log-Demons framework on a classical Cartesian grid specified two problems, a) to find an appropriate framework that is suitable to adapt with the expensive computation of graph, and b) to propose a method that overcomes the problem of the existing method when registering noisy images. This is a stepping stone in our goal to develop image registration of microendoscopic images on irregular grids. This chapter, firstly, describes our contribution "Image Registration for Biomedical Images on Irregular Grids" [START_REF] Nhung | Image Registration for Biomedical Images on Irregular Grids[END_REF], a registration method of images on irregular grids that is based on our previous contribution using Spectral Graph Wavelet decomposition under the Log-Demons framework. In our registration method, the fixed image F and moving image M respectively contain the intensity spaces I F and I M . I F and I M are set on the irregular floating coordinate spaces X F , X M acquired by the spiral scanning of the microendoscope.

Secondly, we propose a panorama construction from the images on irregular grids. The local misalignment of the images used to create a panorama is compensated by the registration of images on irregular grids. Note that the images on irregular grids are projected on a Cartesian grid only for visualization. The next section will begin with the graph construction of an image on an irregular grid.

Problem Formulation

So far in the literature, rigid transformation is efficient for many panorama construction applications as it globally aligns an image sequence into a right position of the panorama. However, the local transformations due to structural changes of objects and distortions caused by the camera sensor also need to be compensated (Figure 5.1).

Our aim is to process on raw data on irregular grids. Unfortunately, the microendoscope system crashed during the time of this research. The physicians were able to conserve the images in classical image format on regular grid but not the raw data on irregular grids. Thus, the image acquisition was simulated by taking an outgoing spiral sampling of 125 round turns (with increasing radius), 500 samples each turn, starting from the center of each image on regular grid to obtain an image on irregular grid, giving n = 125 × 500 = 62500 samples in total. A sampling frequency f = 1416 is used. Such that, the spatial coordinates of samples are defined by:

   V x = r cos(ωt)
V y = r sin(ωt), (5.1) where ω = 2πf , r = 0 : 1 f : n-1 f and t = 0 : 1 500f : n-1 500f . Note that, this simulation does not give exact spatial coordinates of points as in the real case, but give a similar spiral acquisition form. To avoid confusion and differentiate between the image in the image sequence and the one used for registration, let us call an image in the image sequence a "frame", and the one used for registration an "image". Once we obtain the images with spiral acquisition, the problem is formulated as follows:

Suppose the frames in sequence are globally pairwise aligned. Each two frames of the same scene have an overlapping part with non-rigid deformations. We need to nonrigidly register two images cropped from the overlapping region between the two frames in the sequence.

As an example, Figure 5.2 shows two frames of the microendoscopic sequence of frames. The first objective of this chapter is to find the transformation between fixed and moving images F and M cropped from the overlapping part of the two input frames. In particular, the fixed image F is cropped from the region covered by the red rectangle of the first frame presented on Figure 5.2, and the moving image M is cropped from the region covered by the blue rectangle of the second frame on Figure 5.2.

As mentioned earlier, F and M are actually two sets of points, each point contains the information of the intensity value and the spatial coordinates. The intensity space I F of F and I M of M are respectively set on the irregular coordinate spaces X F , X M ∈ R 2 . Subsequently, the two images have different point densities and the graph topologies as shown in Figure 5.3.

From these images, we propose a panorama construction from the image sequence on irregular grids. In this panorama construction, the motion distortions are compensated by the non-rigid registration. 

Graph construction for image on irregular grid

In this section, we discuss how a graph is constructed on images on irregular grids including the graph topology and the edge weight computation. As mentioned earlier, each image on an irregular grid is a set of points with floating coordinates.

If in the case of graph representation of images on a regular grid, it is simple to construct the neighboring connectivity of each point, it is much more complicated to construct the graph connectivity of image on an irregular grid. This happens because in the regular case, the point coordinates are in analogy with the point ordering, one can easily define the neighbors of each point. In contrast, the ordering of points on an irregular grid is not relevant to the point coordinates.

In our research, each point of the irregular image is considered as a vertex and the k-nearest neighbor scheme is applied to find adjacent points. Each vertex is connected with k vertices with the shortest Euclidean distance.

Figure 5.3 presents the graph topologies with respectivelly 1, 2, 4, 8 neighbor connectivities of two images cropped from different regions of a frame with acquisition of 20 turns and 80 points each turn. The graph representation of the image cropped at the center region is in blue, while the graph representation of the image cropped at the upper left region is in red. In the case of 1 neighboring graph connectivity, the connections between is similar to the scanning path of the system. The higher the value of graph connectivity is, the more points at different turns of the spiral are connected.

Once the graph neighborhood is defined, we now discuss the edge weight computation. Suppose d ij is the distance between two vertices v i and v j . The distance, as stated in the previous chapter, it can be the combination of the intensity difference and the Euclidean distance. In common, d ij is established by the difference between intensity values of vertex v i and vertex v j . The edge weight between these two vertices v i and v j is denoted as:

w ij =    exp - d 2 ij K 2 if (i, j) ∈ E , 0 otherwise, (5.2) 
The value of K, similar to the case of regular grid, affects the influence of the distance between adjacent points to the graph weights. However, the level of redundancy at the center is high while missing points exist at the border, the graph weight computation that depends on the distance between points is expensive, complicated to keep tract on and sensitive to noise. For simplicity, in our registration on irregular grids, we use the binary graph where 1 is given to an edge that connects two neighboring points and 0 is given to adjacency value of points with no connection, such that:

w ij =    1 if (i, j) ∈ E , 0 otherwise, (5.3)
Once the graph construction as well as the computation of weights are defined, the Spectral Graph Wavelet decomposition is obtained as it was described in the previous chapter. In the next section, the proposed strategy to register images on irregular grid with the Spectral Graph Wavelet constraint is described. 

Registration for Images on Irregular Grids

In this section, the objective function that contains the SGW components for registration of images on irregular grids is proposed. Recall that each image on an irregular grid is a set of points with floating coordinates. The SGWs of an image on an irregular grid are computed at t scales. For each image we obtain t + 1 column vectors, the first component is the coarse approximation, and the rest are the SGW coefficients at scales 1, . . . , t (Figure 5. Once W F and W M are computed, each fixed and moving images on irregular grids can be cast into the feature vectors that consist of intensity, spatial and SGW infor- 

: F = (α i I F , α r X F , α g W F ) and M = (α i I M , α r X M , α g W M ). X F = (V xf , V yf )
and X M = (V xm , V ym ) are floating coordinates of points in fixed and moving images.

In practice, the SGWs can be replaced by any mean of geometric representation (such as the Graph Spectra).

To overcome the problem of the gradient update scheme (mentioned in the pre-vious chapter) that usually falls into local minima, the registration becomes a direct feature matching problem. The objective function with SGW constraint is defined as:

E(F, M, s) = α i ||I F -I M •s || 2 + α s ||x F -x M •s || 2 + α g ||W F -W M •s || 2 , ( 5.4) 
where α s is the spatial weight. The spatial term is added to prevent the motion vector from going too far. Note that, the two images have different point distributions. The moving image is thus pre-interpolated to the grid of the fixed image using the scatter interpolation technique [START_REF] Amidror | Scattered data interpolation methods for electronic imaging systems: a survey[END_REF] that interpolates from the irregularly sampled data.

The optimization is an iterative method under the Log-Demons framework. The Log-Demons framework allows a diffeomorphic registration. That means the images, as for the precedent method, are registered in both forward (F to M •s) and backward (M to F • s -1 ) matching. In each iteration, SGW are computed for both updated images M •s and F •s -1 . The intermediate update field δv is the average of the update fields in forward and backward mapping δv fw and -δv bw , where the δv fw and δv bw are respectively given by a nearest neighbor search to minimize Equation 5.4 from F to M •s and from M to F •s -1 . δv is then smoothed by a Gaussian kernel K fluid with standard deviation σ fluid . The velocity field v is updated by the computed update field and then smoothed by a Gaussian kernel K diff with σ diff . The registration is summarized in Algorithm 12.

Input: F = (I F , V xf , V yf ), M = (I M , V xm , V ym ) Output: Transformation field s = exp(v) Initialize: S ← interpolate (M, V xf , V yf ); while i < maxiter do W F •s -1 ← computeSGW (F • s -1 ); W M •s ← computeSGW (M • s); δv fw ← argmin(E(F, M • s, δv)); δv bw ← argmin(E(M, F • s -1 , δv)); δv ← K fluid (δv fw -δv bw ); v ← K diff log(exp(v) • exp(δv)); end
Algorithm 12: registerOnIrregularGrid()

Experimental Results

Having briefly described the graph construction and registration of images on irregular grids, this subsection firstly compares our experimental results with the existing registration methods on a regular grid. Then, different tests of different values of graph connectivity using the proposed registration technique on irregular grids are provided.

Benchmarking with existing methods

Here, the proposed method is benchmarked against the Spectral Demons algorithm on irregular grids and the two existing methods on the regular grid (i.e. Spectral Demons and SGW Demons). The experiments use two random pairs of the frames.

For each two consecutive frames of the sequence, global shift is obtained by a block matching algorithm. With the known cumulative global shift between each two frames, the target and source images are cropped from the overlapping region of two different frames. The images are projected on 100 by 100 Cartesian grid for the visualization and for the registration on regular grid.

The registration results are shown on Figure 5.6 with the same values of α g = 2, α s = 1 and α i = 6 for registrations on irregular grids. Each row represent each pair of the images to be registered and their registration results. It can be clearly seen that the registration on a regular grid suffers from the smoothing effect and thus, the registration fails. The Signal to Noise Ratio values with respect to the number of iterations are presented on Figure 5.7. In both cases, the registrations on regular grid are inconsistent. Especially, in the registration of the second pair of images, the Spectral Demons method strongly diverges as the number of iterations increases. In the registration on irregular grids, the SGW Demons improves approximately 3% for the registration of the first pair of images and 1.7% for the second pair. And in both registrations on the regular and irregular grid, the SGW gives more consistent registration than the Graph Spectra. It is more visible that the Graph Spectra is inconsistent and the motion field is more affected by the point density while the SGW remains consistent. However, with higher weight of the geometric constraint, the SNR value tends to slightly decrease. Figure 5.9 allows us to see more clearly the result of our method applied to the first pair of images on irregular grids. In the representation of the difference, the target image is in the red channel, the source and registered images are in the green channel. The region covered by the red line shows that the differences between the We test on the first pair of microendoscopic images used in the previous subsection with two sets of weighting parameters (α g = 1, α s = 5, α i = 20) and (α g = 1, α s = 1, α i = 4). In this case, in the manner of the overall weighting parameters, the SGW weight increases (from α g = 1/26 to α g = 1/6) while the spatial and intensity weights decrease. Figure 5.10 depicts the energy measurements of the registrations on irregular grids with respect to the values of graph connectivity ranging from 1 to 16. With the first set of weighting parameters (α g = 1, α s = 5, α i = 20), the overall MSE value is slightly higher than in the case of registration with the second set of parameters (α g = 1, α s = 1, α i = 4). However, there is no clue to conclude on the impact of the value of graph connectivity to the effectiveness of the registration. In particular, the MSE values fluctuate when the value of graph connectivity increases.

With the first set of parameters, the best registration according to the energy value falls into the case of 8 neighbor graph connectivity while with the second set of the weighting parameters, the best registration falls into the case of 7 neighbor graph connectivity. 

Mosaics of images on irregular grids

The multiphoton microscopy using optical fibers is a promising and potent tool for biologists and physicians to examine in vivo the information of cell and tissue biology. Although it has gained popularity in the research field of medical imaging devices because of its ability to obtain high resolution, high contrast and minimal phototoxicity, there are still unavoidable limitations such as noise and small field of view (FOV). The narrow FOV limits experts' assessments of cells to evaluate dangers (such as cancers, ulcers). Therefore, there is a need for providing an accurate and complete representation of the entire region that has been captured from a continuous sequence of time.

The goal of this section is to provide a supportive mosaics construction from an image sequence to enhance the FOV. Such images captured by microendoscope have a spiral sampling, thus, have irregular grids of points. The rigid motion of the optical fiber across the tissue while scanning gives rise to motion artifacts. The movement of soft tissue due to breathing and heart rate also create local non-rigid distortions. Therefore, the mosaics construction needs to be adapted with the nonrigid deformations and the images on irregular grids.

The workflow of mosaics construction

A non-rigid registration technique of images on irregular grid has been previously provided. This is used to compensate for the non rigid deformations during the mosaics construction.

For the mosaic construction, firstly, the pairwise rigid motions between each two consecutive frames are obtained by any of the block matching techniques using cross correlation [START_REF] Tsai | Block-matching motion estimation using correlation search algorithm[END_REF][START_REF] Ghanbari | The cross-search algorithm for motion estimation (image coding)[END_REF]. Once the pairwise rigid transformation is determined for each two successive frames, the dynamic coordinate system model is then used for the mosaic construction. Thus, for each input frame, the current mosaics is aligned to the coordinate system of the current input frame [START_REF] Irani | Mosaic based representations of video sequences and their applications[END_REF]. This model is more appropriate with our problem because it is more adaptable with our data on irregular grids. Existing models take one specific frame as reference frame and keep the coordinate system of the mosaic fixed at all the iterations, where each input frame is cumulatively aligned to the coordinate system of the reference frame. Conversely, the proposed model aligns between coordinate systems of each two consecutive frames. This has the advantages in the implementation of images on irregular grids where the data structure is complex. The workflow to construct mosaics from a sequence of frames is simply depicted as on Figure 5.11.

Successive pairwise registrations

Mosaics construction

Nonrigid registration

Input sequence of frames

Output mosaics

Loop until end of sequence Our panorama construction takes the sequence of frames on irregular grids F = {f 1 , f 1 , . . . , f N } as input in a loop that alternates between several steps. In each iteration, a successive input frame f cur is taken as the input. It is then considered as the fixed image while the current mosaic is considered as the moving image of the nonrigid registration on irregular grids. The current mosaic M is then recentered to the coordinate system of the current input frame f cur before it is updated by merging the input frame and the registered mosaic. The mosacing steps are summarized in Algorithm 13.

Input: Sequence of frames F = {f 1 , f 1 , . . . , f N } Output: Mosaic M pairwiseRigidRegistration(); Initialize: M ← f 1 ; for f cur in F do s ← registerOnIrregularGrid(f cur , M); M ← merge(f cur , M • s); end Algorithm 13: Mosaic construction

Results

At this last stage, the proposed mosaic construction algorithm is applied to the microendoscopic images on irregular grids. The mosaic construction from a small number of images (two and three frames) is first presented, then the results obtained from a sequence of images is proposed.

As a foundation of our panorama construction, the mosaic constructed from two frames give us a better view of the effectiveness of the nonrigid deformation compensation. As shown in Figure 5.12, each of the two pairs of the examined frames have rigid motions and nonrigid deformations. The first pair of frames are randomly selected in the sequence of 9 temporal frame difference and the second pair of frames are two consecutive frames.

The mosaic constructed from the first pair is shown in Figure 5.13. For a better view, the two frames are positioned in different color channels, one frame in the red channel and the other is placed in the green channel. It can be seen that, without nonrigid registration, the mosaic created with only rigid transformations suffers from shearing of the object in the image. In contrast, the mosaic constructed with nonrigid correction reduces the level of shearing at the overlapping region of the frames. The similar outcome appears in the mosaic constructed from two temporally neighboring frames as shown on Figure 5.14, even though it is less clear how the nonrigid registration improves the mosaic construction than we can see in the first case.

Once the mosaic is constructed from two frames, theoretically, there is no doubt we can construct the mosaic from a sequence of input frames. Figure 5.15 depicts the mosaic constructed from three frames. The left picture of this figure is the mosaic with only rigid alignment and without a nonrigid deformation correction, while the right picture shows the mosaic with nonrigid deformation correction. The noticeable changes between the two mosaics are marked by the yellow and blue rectangles. Similarly, Figure 5.16 illustrates the gain obtained from mosaic construction of twelve frames. 

Conclusions

In this chapter, we firstly show that the Log-Demons framework can be adapted to the registration of images with floating point coordinates, on irregular grids. In addition, the proposed registration that uses Spectral Graph Wavelet decomposition was extended to the registration on irregular grids. The experimental results show that our application on the raw data without any projection on Cartesian coordinate system performs better than the classical one on a regular grid. In all of the tested cases, the registration based on Graph Wavelet decomposition is more robust than the Graph Spectral based method.

Secondly, the problem of mosaic construction from a sequence of frames on irregular grids has been exposed in this chapter. The experimental results that compare the mosaic constructions with and without nonrigid deformation correction show that the mosaic with nonrigid deformation correction has improvements over the one that uses only rigid motions with less level of shearing. This shows that the nonrigid correction is needed in mosaic construction in medical imaging.

Related to the panorama construction, future work should focus on providing a robust mosaic with global rigid motion correction, that aims to correct the cumulative errors when the frame sequence gets loops back to the start. In addition, the method should be adapted to images on irregular grids.

Chapter 6 Conclusion and Perspectives

We have seen in Chapter 2 a brief description of the two photon microendoscope, as well as the scanning trajectory of the probe. This technology has strong ability to acquire high-resolution images of in vivo cells and tissues, high contrast and minimal level of phototoxicity. The optical fiber of the microendoscope, as mentioned earlier, has spiral scanning that centralizes important information. Such kind of scanning produces images on irregular grids with points that are set on a floating coordinate space. Despite the numerous benefits of this technology, processing on such kind of images suffers from several challenges such as illumination changes, noise, soft deformations and distortions, and the uneveness in point distributions.

It was also precised that the demand for an application to enhance the FOV of experts (such as physicians and biologists) has ushered the research on image mosaics. This thesis was set out with the goal of providing wide field images acquisition from the image sequences to the experts, that is to construct a mosaic from the image sequence. The need of an accurate mosaic construction leads to demands of an appropriate nonrigid image registration technique to compensate for the local deformations.

A survey in Chapter 3 revealed that there are several innovative approaches to image processing in general, and to nonrigid image registration in particular in the past decades. The approaches were classified in different groups according to the choices of transformation model, similarity criterion and optimization method. The Demons approach, among the transformation model category, is known as a powerful approach because it is fast to execute and simple to implement. In addition, the graph based method was found to be attractive as it provides a flexible data representation regardless of the type of data (regular or irregular). The graph spectrum has the strong property to be invariant to isometry. It was combined with the Demons method in the recent research of Lombaert et al [START_REF] Lombaert | Spectral Demons-image registration via global spectral correspondence[END_REF] in order to capture large and complex deformations. However, the robustness to noise is still an open problem.

In Chapter 4, two graph based registration methods on a regular grid were introduced. The first one utilizes the graph spectrum combined with the Bspline model but gain minor improvement compared to the classical Bspline method. In addition, graph computations in each gradient search makes it computationally expensive. The second one alternates the role of graph spectrum with the Spectral Graph Wavelets under the Log-Demons framework. The Log-Demons framework is known to be faster and simpler to implement. It is cast into a fast direct feature matching without any gradient search in order to avoid extensive computations. Thus, it is suitable to adapt with graph based method. Furthermore, the Spectral Graph Wavelet decomposition at low frequency bands can capture the geometric feature of the image and noise is eliminated. Consequently, our contribution outperforms the existing methods on similar framework, and outperforms the Spectral Log-Demons method in term of robustness to noise. This handles two problems in this research, a) to propose a framework that is adaptable with irregularly sampled data, consequently suitable with the expensive computation of graphs, and b) to adapt with noisy data.

The contributions in the study of images on irregular grids were revealed in Chapter 5. The Log-Demons framework was proven to be adaptable to the registration of images on irregular grids. While the registration of microendoscopic images on regular grid fails, the registration of the raw data without any projection on regular grid gains success. And in any of the tested cases, the application using Spectral Graph Wavelets is more robust than the application using graph spectrum. Once the nonrigid registration is done, the local distortions can be compensated in the mosaic construction. It produces a full view panorama with less level of shearing and misalignment than using only rigid alignment. This research introduces several advantages as mentioned previously. The Spectral Graph Wavelet decomposition has been used in many application such as denoising, sampling and shape retrieval. To the best of my knowledge, this research is the first to apply Spectral Graph Wavelet decomposition in image registration, similarly to the application of images on irregular grids. I believe that our research will motivate other researches on images on irregular grids, as well as the utilization of Spectral Graph Wavelet decomposition in image registration. However, the application based on graph theory is effective and adaptable to different types of data (regular and irregular). However, it suffers from problems of computation complexity and is time consuming, especially when we need to create a mosaic from a large amount of input frames. This is still one of the most challenging problems in graph based applications.

Future works

Our research described in this work opens new perspectives and directions for longterm research. To point out a few of the important keys, the following open issues can be addressed:

Global adjustment for robust mosaicing. One of the most appealing challenges in panorama construction is that the cumulative error occurred when the image sequence loops back to where it starts. For this reason, it is important to correct the misalignment between the first and the last, in order to have a seamless panorama. In the context of regular grids, one can use any of the existing bundle adjustment methods. However, to the best of our knowledge, there is no justification of these methods of images on irregular grids. Therefore, future work should include finding a robust global rigid alignment of the image sequence on regular as well as irregular grids.

From raw data to image view. In the registration and mosaics of image on irregular grids, from theoretical point of view, all the information we have is from the raw data. However, the clinicians need to visualize the data. Consequently, it is necessary to reconstruct a discrete image on a regular grid from the raw data on irregular grids. In this thesis, the images are only projected on a regular grid for visualization with the help of a simple nearest neighbor interpolation and an average of intensity values is taken when redundancies are found at one position. However, this does not give the best quality of image. Future work can give attention to providing a more efficient reconstruction method by applying different interpolation methods. Construct 3D mosaic. One of the advantages of the multiphoton microendoscope is that it produces images in depth of thick samples. In the context that the depth information is provided, constructing a 3D panorama from the images is useful to the clinician to see the image in depth. To that end, it broadens the research to register and mosaic images on irregular in 3D concept.

Metric to evaluate constructed mosaic. In the local scope of this thesis, constructed mosaic is only objectively evaluated without a statistical evaluation by an appropriate metric. One can manually create a synthesized sequence of images with prior knowledge of the displacements and a reference mosaic and then evaluate the similarity between the estimated mosaic and the reference mosaic. Therefore, considering the metric used in evaluating the estimated mosaic is still an open topic. Future works may include providing an efficient metric to evaluate mosaic construction.

Applying deep learning. As stated previously, the graph based technique is normally computationally expensive and time consuming. A good way to reduce computation cost is to apply deep learning networks to either estimate similarity measure of two images in a iterative optimization strategy or predict transformation. Further work may extend the registration with the Spectral Graph Wavelet constraint to optimize the similarity metric using deep learning.

Further evaluation. With modifications of the weighting parameters and different computation of the graphs, additional practical experiments of the registration method on regular and irregular grids can be performed on different types of medical images to further evaluate our strategy.
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 21 Figure 2.1 -TPME system with linear and nonlinear pulse shaping [31] (a) Scheme of the experimental setup; CM: cut mirror; DM: dichroic mirror; PZT: piezoelectric tube. The miniature fiber-scanning imaging probe is embedded inside a 2.2mm outer diameter (OD) stainless steel biocompatible tube. (b) Second order auto correlation (AC) of the IR excitation pulse at the exit of the 5m long endoscopic fiber for a delivered power of 20mW . The corresponding pulse duration is 39fs (FWHM), assuming a deconvolution factor of 1.54.
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 22 Figure 2.2 -Custom-design air-silica DC-PCF used as the endoscopic fiber within the TPME [31] (a) Close view of the inner core of the fiber through scanning electron microscopy (SEM). Pure silica is in grey and air in black. (b) SEM image of the fiber cross-section without its outer polymer mechanical cladding. The silica jacket and the second core diameters are respectively equal to 266µm and 188µm. The red square denotes the inner core and its microstructured cladding which are depicted in (a). (c) DC-PCF flexibility.
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 23 Figure 2.3 -Different scanning trajectories
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 24 Figure 2.4 -System axes. -→ x , -→ y : axes defined by the actual electrodes; -→ X and -→ Y : defined axes by the virtual electrodes corresponding to the resonator's own axes.
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 25 Figure 2.5 -Scanning performed by the optical fiber during excitation on a single axis (a) in using a real axis. (b) using a virtual axis.

  Figure 2.6 (a) shows an ellipse oriented according to the axis. The weight of each axis is adjusted using a simple coefficient of amplitude in order to obtain an improved result. This is shown in Figure 2.6 (b).

Figure 2 . 6 -

 26 Figure 2.6 -Circular scan (a) before, (b) after adjusting the weights of the two axes.
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 27 Figure 2.7 -Spiral image acquisition
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 2 8(a) and Figure 2.8(b)
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 29 Figure 2.9 -Label-free in vivo experiment [31] (a) Anaesthetized mouse with one kidney being elevated from the body and clamped between two tongue depressors, beneath the 2.2 mm TPME probe (red arrow). A constant power of 30mw was launched onto the tissues. (b) SHG (in green) and 2PEF (in red) raw image of respectively the collagen of the capsule and the intracellular flavins of epithelial cells of the kidney tubules. (c) same as in (b) but with a larger FOV of 450µm (d) successive optical sections of a fibrosis kidney, 6 days after fibrosis induction, taken just after mouse death; the imaging depth below the organ surface is indicated in the bottom in white; in (d), FOVs are 250µm wide.
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 210 Figure 2.10 -Biological images taken by microendoscope
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 31 Figure 3.1 -Image registration
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 32 Figure 3.2 -Image registration classification (Sotiras et al [109])
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 41 Figure 4.1 -Example of graph representation of digital image and the graph Laplacian matrix associated with the graph.

7 )

 7 The graph representation and graph spectrum of the signal f are respectively given in Figure 4.2a and Figure 4.2b.(a) Graph representation (b) Graph spectrum
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 42 Figure 4.2 -Example of graph representation and graph spectrum of signal f = (0.5, 0.8, 1, 0.4) .
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 2143 Figure 4.3 -Feature matching
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 33 Application of the process to microscopic images This work proposes experiments on randomly deformed microscopic images (Figure 4.4) and microendoscopic images (Figure 4.5) using Spectral Demons method. These experiments are exploited to evaluate the performance of this algorithm on Biomedical images. In Figure 4.4, a microscope image is randomly deformed and then the deformed image is registered toward the original image. The spectral, spatial and intensity weights are respectively α g = 1, α s = 4, α i = 20. The fixed and moving images are respectively shown on Figure 4.4a and Figure 4.4b. The best restored image in term of MSE value is chosen after 50 iterations and is depicted on Figure 4.4c. The MSE value with respect to the number of iterations is illustrated on Figure 4.4d.
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 4445 Figure 4.4 -Spectral Demons method on Microscopic images, ew = 1, sw = 4, iw = 20
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 4647 Figure 4.6 -Comparison between Bspline registration and Spectral Bspline registration of microscopic images
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 48 Figure 4.8 -Lena image with a random deformed image used in this experiment
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 49410 Figure 4.9 -Mean Square Error (MSE) with respect to Gaussian noise, registration of Lena image
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 411 Figure 4.11 -Pairs of T1 brain images and endomicroscopic images are used in this experiment
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 412413 Figure 4.12 -Comparison between our proposal and the existing methods on T1 brain images and endomicroscopic images when no noise is added
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 51 Figure 5.1 -Panorama construction from a sequence of frames on irregular grids without nonrigid deformation correction.
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 52 Figure 5.2 -Two images cropped from an overlapping region of two frames, and the representation of points on spiral acquisition of 20 turns, 80 points/turn (the red points belong to the first image and the blue points belong to the second image

  (a) Fixed image (b) Moving image (c) 1 neighborhood graph connectivity of fixed and moving images (d) 2 neighborhood graph connectivity of fixed and moving images (e) 4 neighborhood graph connectivity of fixed and moving images (f) 8 neighborhood graph connectivity of fixed and moving images
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 53 Figure 5.3 -Graph topology of images cropped at different regions of a frame with spiral acquisition of 20 turns, 80 points/turn

  4). Each component has the same size as the image. The first k components at lower bands are used for registration, given by W F ∈ R m×k and W M ∈ R n×k for the fixed and moving images, where m, n are the numbers of points of the images.
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 54 Figure 5.4 -Spectral Graph Wavelet Transform of image on irregular grid
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 55 Figure 5.5 -Spectral Graph Wavelets decomposition of a microendoscopic image on an irregular grid , at 4 scales with respectively 1, 2, 4, 8, 16 of graph connectivities from the top to the bottom.
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 56 Figure 5.6 -Comparison between the registered images of our method and the existing methods for two pairs of images(α g = 2, α s = 1, α i = 6 for registration on irregular grid)
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 57 Figure 5.7 -SNR with respect to the number of iterations
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 582059 Figure 5.8 -Registration with α g = 10, α s = 5, α i = 20
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 510 Figure 5.10 -MSE values after registrations of the first pair of microendoscopic images with respect to the values of graph connectivity with two sets of weighting parameters (α g = 1, α s = 5, α i = 20 and α g = 1, α s = 1, α i = 4)

Figure 5 . 11 -

 511 Figure 5.11 -The pipeline to construct mosaic.

Figure 5 .

 5 16a illustrates the proposed mosaic construction with only rigid motions and Fig 5.16b shows the improvement obtained when the nonrigid registration is applied to the mosaic construction. The white arrows (a, b, c, d, e, f) point to the zones where changes between the two mosaics with and without nonrigid correction are visually appealing.

Figure 5 . 12 -Figure 5 . 13 -Figure 5 . 14 -

 512513514 Figure 5.12 -Two pair of random frames from the image sequence (First row: 9 frame difference, Second row: two consecutive frames)
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 515 Figure 5.15 -Panorama created from three frames from the image sequence.

Figure 5 . 16 -

 516 Figure 5.16 -Panorama constructed from a sequence of 12 frames

  

  Chapter 6 highlights the global conclusion on all the presented results and gives future research directions. Two photon microendoscope . . . . . . . . . . . . . . . . .
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Table 4 .

 4 

				Original images			Images with Gaussian noise added	
	λ g	0.01	0.02	0.05	0.1	0.2	0.5	0.01	0.02	0.05	0.1	0.2	0.5
	Spectral Bspline (×10 -3 )	1.987 1.991 1.935 1.989 2.064 2.006 18.01 18.02 17.09 17.55 17.37 23.47
	Bspline (×10 -3 )			2.014					18.06		

1 -Mean Square Error (MSE) between the fixed image and restored image of Bspline and Spectral Bspline methods.

Figure 4.6 graphically presents registration results of the two mentioned methods.
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