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INTRODUCTION 2

Coherence Scanning Interferometry (CSI) is a non-contacting 3D optical profilometry technique that is increasingly used for measuring the roughness and shape of microscopic material and component surfaces [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF], such as microelectronic structures, miniature optical elements, micro-electro-mechanical systems and micro-fluidic devices. The technique is also known as White Light Scanning Interferometry (WLSI) or Coherence Probe Microscopy (CPM). The particular advantages of CSI are nanometric axial sensitivity (1 nm), a wide field of view (hundreds of µm to several mm) and high speed of measurement (several seconds to several minutes).

Classically, measurements are limited to dry surfaces in air that are static. In more recent research projects, several new modes of measurement have also been developed: the strobed technique for periodically moving surfaces [START_REF] Bosseboeuf | Application of microscopic interferometry techniques in the MEMS field[END_REF], the 4D microscopy real time mode for measuring aperiodically moving or changing surfaces at a rate of up to 25 3D images per second [START_REF] Montgomery | High-speed, on-line 4D microscopy using continuously scanning white light interferometry with a highspeed camera and real-time FPGA image processing[END_REF], the tomographic mode, or full-field optical coherence tomography (FF-OCT) for measuring transparent complex layers [START_REF] Montgomery | Tomographic analysis of medium thickness transparent layers using white light scanning interferometry and XZ fringe image processing[END_REF] and the local spectroscopy mode for measuring local optical properties [START_REF] Claveau | Local reflectance spectra measurements of surfaces using coherence scanning interferometry[END_REF].

In the present project, we are interested in being able to study samples in liquids, such as in the case of chemical reactions or biological samples. In order to be able to measure such samples, several challenges need to be overcome such as making a system that works correctly in liquids and developing techniques to compensate for the dispersion mismatch and optical aberrations between both interference arms when imaging samples in a liquid medium or inside tissue or living cells, etc.

The objectives of this PhD research project are to extend the measurement modes [START_REF] Montgomery | Towards real time 3D quantitative characterisation of in situ layer growth using white light interference microscopy[END_REF] of the CSI technique to be able to cope with samples in a liquid medium at high speed using a fringe scanning system by developing an immersion interferometer head based on the Linnik interferometer using immersion objectives.

One area of interest for the application of the new technique will be in the in-situ characterization of the chemical exchange in thick layers of colloids for environmental applications in combination with Attenuated Total Reflectance Fourier Transform Infrared spectroscopy (ATR-FTIR, in collaboration with the team of Rémi Barillon, IPHC, Strasbourg). Another area of application is in the study of the growth of layers of synthetic biomaterials such as hydroxyapatite (the mineral part of bones and teeth) in simulated body fluid (SBF), an important material used in human implants [3] [8]. The technique could also be used in the analysis of the properties of the surface and subsurface region of the skin in order to help in identifying different skin disorders [START_REF] Dubois | Ultrahigh-resolution full-field optical coherence tomography[END_REF].

The manuscript consists of four main chapters and is organized in the following way. In the first chapter, we give a summary of several existing surface profiling techniques by presenting the principle work, the utilities and a comparison between them. This demonstrates the usefulness of interference microscopy for many types of measurements, with its high axial and lateral resolutions and other advantages. After having recalled the interest of interference microscopy compared with other optical profilers, we then present the state of the art of the two methods widely used and the lateral and axial resolutions.

The second chapter presents the different Linnik setups that exist, including their measurement performance in air and liquid. In this way, it is demonstrated that the immersion Linnik system has a high potential for improving the lateral resolution of surface roughness measurement and being able to measure samples in a liquid medium.

The different challenges for designing the Linnik interferometer are presented, showing the need for path length compensation in the reference arm.

The third chapter is devoted to the overall work that has been performed to adapt a commercial (Fogale Nanotech) Linnik microscope to be able to work in the immersion mode. We begin by introducing the conditions of the initial system. This is then continued by illustrating in sequence the modification steps of this initial system to achieve the water immersion Linnik. Each modification step presents the description of the instrument, the measurement tests carried out and discussion. The presentations cover the work carried out on studying the different solutions for path length compensation using self-supporting polymers. The system is tested with measurements on calcium silicate hydrate or C-S-H colloids on Ge substrate and some patterns of etched Silicon. The result comparison is also carried out with other microscopes. A specific section of the discussion is presented to discuss the specific problems encountered during the work.

In the fourth and final chapter, the new immersion system is tested with the recently discovered microsphere assisted microscopy technique that allows a considerable improvement in the lateral resolution, or the effect of "super-resolution". A general conclusion summarizes the main conclusions of the research project.

CHAPTER 1 3D SURFACE PROFILING 1.1 Existing measurement systems

The measurement of microscopic surface roughness and 3D surface structures is an important field of materials development and industrial metrology and inspection. Measurement techniques are required for characterizing new materials, microelectromechanical system and micro-opto-electro-mechanical system (MEMS and MOEMS) as well as traditional materials such as metallic surfaces, paper and plastics.

In ISO 25178 part 6 (2010), three classes of methods of instruments for measuring surface texture are defined as shown in Table 1. These consist of the 2D graph or profile of the surface topography method, represented mathematically as a height function, z(x); the topographical surface image of the surface measurement method, represented mathematically as a height function, z(x,y); and the representative surface area of the surface measurement method of which the numerical results produced depend on the area-integrated properties of the surface texture. This last method will not be discussed in this thesis. The various techniques for contact profilometers and optical profilometers to measure the surface topography are now described in this section. 

Contact profilometers

Two main contact profilometers are the stylus profiler and near field scanning probe microscope, that use a tactile probe to measure the surface profile. Their measurement performance differs in terms of the lateral and vertical resolution and range, and the different application aims.

Stylus profiler

Stylus profilers are the oldest techniques used to measure surface roughness by moving the object surface under the stylus tip or by moving the small-tipped probe across the surface and sensing the height variations of the stylus tip to determine the surface height profile [START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF]. This technique has become the traditional method in research and industry for several decades. Invented by Schmalz in 1929 [START_REF] West | Introduction to Atomic Force Microscopy Theory Practice Applications[END_REF], the profiler had a vertical resolution of approximately 25 nm and was able to successfully obtain a surface profile with a magnification of greater than 1000´ by recording the motion of the sharp probe mounted at the end of a cantilever. This probe was monitored using an optical lever arm. In 1971 Russel Young introduced the topografiner [START_REF] Young | The topographiner: An instrument for measuring surface microtopography[END_REF], a non-contact mode of stylus profiler. The estimated resolution was 3 nm perpendicular to the surface and 400 nm in the plane of the surface. This topografiner used the electron field emission current between the distance of a sharp metal probe and the surface for feedback control. Later in 1981 J. Bennett et al. [START_REF] Bennett | Stylus profiling instrument for measuring statistical properties ofsmooth optical surfaces[END_REF] used a sharp stylus to obtain height resolution of the order of 1-2 Å and a lateral resolution of a few tenths of a micrometer on smooth surfaces. In 1987, G.A. Al-Jumaily et al. developed a computational model to track the motion of a spherical stylus [START_REF] Al-Jumaily | Frequency Response Characteristics Of A Mechanical Surface Profilometer[END_REF].

Another variation of the stylus profiler, shown in Figure 1, consisting of a profiler with an assembly of a linear variable differential transformer (LVDT) and fixed stylus, can be used to detect the vertical position and convert the signal to height data [START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF]. This motion detector scans the surface by moving across the sample with a certain sampling interval. Choosing the configuration of a stylus tip for surface measurement is extremely important in terms of the penetration to the bottom of steep trenches and in preventing the rounding-off of high surface peaks. As illustrated in Figure 2, the size of a stylus tip affects the measurement of various trench ratios. The shortest period of measurable wavelength (d) of the sinusoid using a spherical tip, based on Eq.1 [START_REF] Bennett | Stylus profiling instrument for measuring statistical properties ofsmooth optical surfaces[END_REF] [9], depends on the stylus radius (r) and on the amplitude of the sinusoid (a).

𝑑 = 2𝜋√𝑎 𝑟

(Eq.1)

The radius of the stylus tip, besides the surface shape and the sampling interval between data points, is one of the important parameters in determining the lateral resolution. The load of the stylus is also considered to keep the stylus on the surface and so as not to damage or deform the sample when the stylus moves across it. The smaller and sharper is the tip radius, the more easily it can follow the shape of the surface but other factors such as the local force on the surface and the surface elasticity should be considered for obtaining an accurate result. S. Jaturunruangsri [START_REF] Jaturunruangsri | Evaluation of Material Surface Profiling Methods : Contact versus Non-contact A thesis submitted in partial fulfilment of the requirements of Brunel University London for the degree of Master of Philosophy by Supaporn Jaturunruangsri College of Engineerin[END_REF] in his research compared the results of a stylus profiler with those of white light interferometry (WLI) for the characterization of materials (ceramic, quartz and tungsten) and in terms of the surface parameters (the average height and the maximum peak to valley height). The results showed that the two techniques have a similar high accuracy when measuring a small step height of 0.33 µm, but the stylus profiler gave better result of the step height for those greater than 1 µm.

While the stylus profiler has become a standard in industry, with many ISO standards having been developed, the technique has several disadvantages such as a relatively low scanning speed which can lead to a thermal increase in the sample and a lack of lateral resolution due to the tip geometry. The stylus is also less applicable for certain surfaces due to possible damage due to the contact force exerted by the tip [15][16].

Near field scanning probe microscopy

Following the stylus profiler, in the 1980's, a radically new technology involving near field microsopy was developed. The first mode was Scanning Probe Microscopy (SPM) that works by moving a fine tip in close proximity to the sample surface, to within several nm to a few angstroms depending on the technique. The gap between the probe and the sample determines the lateral resolution [START_REF] Hattori | Analysis of microscopic areas on wafer surfaces usingg STM/AFM[END_REF]. These instruments have much higher axial and lateral resolutions than the stylus probe and hence are capable of obtaining nanometric and even atomic scale resolution [START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF].

Scanning Tunneling Microscopy. The first scanning probe microscope, or the precursor to the AFM, was a Scanning Tunneling Microscopy (STM) developed in the early 1980s at IBM Research-Zurich by Gerd Binnig and Heinrich Rohrer who won the Nobel Prize in 1986 and first published in 1983 [START_REF] Binnig | Scanning tunneling microscopy[END_REF]. This novel type of microscope was developed based on quantum tunneling and results in an unprecedented resolution in real space on an atomic scale. Many challenging technical problems were encountered to achieve a working system, such as the suppression of external vibration and the vibration-free approach of sample and tip and vibration from piezo actuators. However, they succeeded in demonstrating that STM is able to clearly resolve individual atoms on a surface, less than 7 Å apart.

STM works based on the concept of quantum tunneling as shown in Figure 3. (a) The schematic view of STM; Two typical modes of STM: (b) constant-current mode, and (c) constant-height mode [START_REF] Liu | STM study of twisted bilayer graphene[END_REF].

Quantum tunneling refers to the quantum mechanical phenomenon where a particle tunnels through a barrier that it classically could not surmount. A conducting scanning tip or probe is placed very near to the surface, which then detects the tunneling current and the force between atoms of the probe and the sample [START_REF] Hattori | Analysis of microscopic areas on wafer surfaces usingg STM/AFM[END_REF].

There are two typical modes in STM shown in Figure 3 (b) and (c) respectively. The first one is the constant-current mode, in which the position of a probe tip depends on a constant charge density of the sample surface. A voltage response is fed back to piezo to adjust the height between the probe tip and surface during the scanning [START_REF] Liu | STM study of twisted bilayer graphene[END_REF]. These voltage changes are also used to determine the surface topography. The second consist of the constant-height mode, the voltage and the height between probe tip and surface being kept constant during the scanning process [START_REF] Liu | STM study of twisted bilayer graphene[END_REF]. In consequence, the current change will be related to charge density. Thus, based on the principal work of the two modes, the constant-height mode is relatively faster than the constant-current mode, since more time is required to adjust the height change of the piezo in the constantcurrent mode. STM has been used for the 3D surface profiling of roughness, defects and other characteristics with a 0.1 nm lateral resolution and 10 pm depth resolution [START_REF] Liu | STM study of twisted bilayer graphene[END_REF]. It is of particular interest for use in the analysis of clean surfaces with atomic resolution [START_REF] Hattori | Analysis of microscopic areas on wafer surfaces usingg STM/AFM[END_REF] and it can also be used in the different conditions of vacuum, air, water, liquid, and gasses with the operating temperature ranging from 0 up to a few hundred Kelvin.

Even though STM is ideal for an atomic scale resolution, there are some limitations and drawbacks, such as the requirement for high vibration control, a sharp tip, a clean and stable surface [START_REF] Bar-Cohen | Characterization method for low tempearture materials[END_REF], a high sensitivity to contaminants, the need for skill and precision of the operator, well conducting samples, and an expensive instrument [START_REF] Bhushan | Scanning Probe Microscopy -Principle of Operation , Instrumentation , and Probes[END_REF].

Atomic Force Microscope.

In 1986 Binnig then invented the Atomic Force Microscope (AFM), the most popular SPM, and also known as Scanning Force Microscopy (SFM). The first experimental implementation was made by Binnig, Quate and Gerber in 1986

[22], with the first commercial AFM being introduced in 1989. AFM is a microscopy technique that can provide 3D images of surfaces generally at the nanometer scale. It is not only used for measuring surface topography but also for characterizing many surface properties by applying various motions and signals that drive the probe.

AFM was developed to extend the STM technique in order to be able to use it for nonconductive materials [START_REF] Markiewicz | Atomic force microscopy probe tip visualization and improvement of images using a simple deconvolution procedure[END_REF][24], as well as biological samples such as cells, bacteria, viruses and proteins, etc. Basically, AFM combines the principle of STM with stylus profiling [START_REF] Bhushan | Scanning Probe Microscopy -Principle of Operation , Instrumentation , and Probes[END_REF] by detecting the deflection of a cantilever when scanning the sample. This change in deflection is then processed to obtain the surface roughness, surface morphology and force distribution information. There are three primary imaging modes in AFM:

1) The contact mode with a probe-surface separation of < 0.5 nm.

2) The tapping mode or intermittent contact with a probe-surface separation of 0.5-2 nm.

3) The non-contact mode with a probe-surface separation of 2-10 nm. In the contact-mode, the cantilever deflection generated by the interaction force between the tip and the sample is monitored by a sensor. A constant force is maintained and adjusted using a feedback circuit. The force is represented and calculated using Hooke's law as following:

𝐹 = -𝑘𝑥 (Eq.2)
where F is the force, k is the spring constant, and x is the cantilever deflection. A vertical resolution of less than 0.1 nm and a lateral resolution of better than 0.3 nm have been obtained using this mode in several reports [25][26]. Whilst in the non-contact mode, the force gradient is obtained by vibrating the cantilever and measuring the shift in the resonant frequency of the cantilever. Figure 4 shows these two contact modes.

Figure 5 shows the most common AFM approach, the Tapping Mode [27][28]. This mode overcomes some of the limitations of both the contact and noncontact modes by eliminating lateral shear forces that can damage soft samples and reduce image resolution.

Choosing a cantilever with an appropriate tip is a requirement to obtain high vertical and lateral resolution. A good sharp tip has an extremely low spring constant at small forces equal to 0.1 N/m or lower and a high resonant frequency (10-100 kHz) to minimize the vibration sensitivity. The sensor is an important component used for sensing the force on the tip due to its interaction with the sample by detecting the deflection of the cantilever during the scanning process. There are four methods commonly used for this detection system as illustrated in Figure 6. Binnig et al. [START_REF] Binnig | Scanning Tunneling Microscopy[END_REF] used the electron tunneling method in their first version of AFM. The cantilever deflection is monitored by force sensing of the second tip placed near the cantilever. On the contrary, other deflection sensors are placed at a range of several micrometers to tens of millimeters from the cantilever. The optical beam deflection method has the largest working distance and is insensitive to distance change because it is more sensitive, reliable and easily implemented and is hence commonly used in commercial SPMs [START_REF] Bhushan | Scanning Probe Microscopy -Principle of Operation , Instrumentation , and Probes[END_REF]. Developments are such that very high spatial resolution and force sensitivity have been attained in AFM so that sub-atomic structures can be visualized [START_REF] Uchihashi | High-Speed Atomic Force Microscopy[END_REF][30], single electron spins resolved [START_REF] Rugar | Single spin detection by magnetic resonance force microscopy[END_REF] and the atom type on a solid surface distinguished [START_REF] Sugimoto | Chemical identification of individual surface atoms by atomic force microscopy[END_REF]. AFM is now widely used for materials characterization and for measuring surface structures. But, like STM, AFM also has its disadvantages such as slow scanning speed, expensive tips [START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF], easy tip damage and a need for high skill level to obtain good results. There is also the problem of the tip (radius and shape) convolution with that of the surface structure in the measured profile. The scanning devices are not free from noise and are affected by linear or nonlinear distortions [START_REF] Bhushan | Scanning Probe Microscopy -Principle of Operation , Instrumentation , and Probes[END_REF].

Atomic Force Microscope in Liquid

While most AFM systems work in air, imaging with liquid-based AFM is rapidly growing, covering about 40 % of current AFM research and being an important tool for the study of biological materials [START_REF] Baró | Force Spectroscopy[END_REF] and observation of biological specimens by using it as a buffer to closely mimic the original conditions [START_REF] Larijani | Chemical biology: techniques and applications[END_REF].

The research using AFM in liquids began about the same time as that in air. For example, AFM on surfaces covered with liquids attained lateral and vertical resolutions of 0.15 nm and 5 pm in 1987 [START_REF] Marti | Atomic force microscopy of liquidcovered surfaces: atomic resolution images[END_REF] and the monitoring of a complex biomolecular process in a liquid chamber was performed in 1994 (Figure 7) [START_REF] Guthold | Following the assembly of RNA polymerase-DNA complexes in aqueous solutions with the scanning force microscope[END_REF]. In the same year, a tapping mode AFM with a standard silicon nitride cantilever in air that can be used in liquid was also published [START_REF] Putman | Tapping mode atomic force microscopy in liquid[END_REF], using a sufficiently high energy oscillating cantilever to overcome the adhesion of the water layer. Moreover, this mode is better than the contact mode for use in liquids, using less force and with a less destructive influence of the lateral forces. In 2005 T.Fukuma et al. [START_REF] Fukuma | True atomic resolution in liquid by frequency-modulation atomic force microscopy[END_REF] demonstrated the predominance of true atomic resolution of Frequency Modulation AFM (FM-AFM) in liquid and obtained a vertical resolution of 2-6 pm and lateral resolution of 300 pm.

Figure 7. An experimental scheme of a scanning force microscopy liquid cell of RNA polymerase [START_REF] Guthold | Following the assembly of RNA polymerase-DNA complexes in aqueous solutions with the scanning force microscope[END_REF]. A volume of 30 µl distilled water and some variations of other buffer types filled the chamber via the hosting and syringe. It took several minutes to 2 hours to reach the mechanical and thermal stability before performing imaging. AFM in liquids is nowadays growing even further and is widely used for studying the dynamic behaviour of biomolecules in the field of biology, biomolecular and medical studies by improving the scan rate and reducing the interaction force between the sample and probe tip [START_REF] Ando | High-Speed Atomic Force Microscopy for Studying the Dynamic Behavior of Protein Molecules at Work[END_REF]. A high speed atomic force microscopy system developed in 2001 by T.Ando et al. [START_REF] Ando | A High-Speed Atomic Force Microscope for Studying Biological Macromolecules in Action[END_REF] [39], illustrated in Figure 8, could capture a 100x100 pixel image of moving protein molecules on video at 80 ms/frame. The system is integrated with an optical beam deflection (OBD) method to detect cantilever deflection [START_REF] Uchihashi | High-Speed Atomic Force Microscopy[END_REF].

OBD is one of methods in AFM to detect the cantilever deflection. Other methods to detect the cantilever deflection are capacitance or laser interferometry and the STM tip.

The cantilever deflection is represented by: ∆𝜑 = 9∆:

;< (Eq.3)

where Dj and Dz are the changes of displacement and angle of the free end of the cantilever, respectively, and L is the cantilever length. The liquid setup for AFM can generally be categorized into two types: the open cell or closed cell, as shown in Figure 9. In the open cell, known as the microcell, the sample is held in a small vessel with an amount of liquid [START_REF] Workshop | Liquid Scanning with an Atomic Force Microscope[END_REF] and the probe is submerged in the liquid during scanning. In the closed cell, also known as an environmental cell, the sample and probe are held in a small enclosed area. It is typically much simpler to use an open cell for scanning in liquid than in an environmental cell since there is not the problem of the formation of air bubbles that can easily form on the surface of a glass window as in the closed cell. The advantage of using the closed cell is that the liquid can flow through the cell during scanning or for use in an inert gaseous environment [START_REF] Workshop | Liquid Scanning with an Atomic Force Microscope[END_REF]. On the other hand, it takes several days to acquire images with a closed cell, compared with the open cell, which takes only a few hours.

In conclusion, while AFM has the advantages of nanometric resolution, the images take in general several minutes to several hours to acquire. Moreover, an ideal probe tip has a high aspect ratio compared with the surface sample features in order to give the best resolution, which requires slower scanning. In the next subsection, we will now discuss the second type of profiler, the optical profiler, which on the contrary allow high speed surface profiling.

Optical profilers

Several types of optical profilers exist. Rather than using a mechanical probe, either a point optical probe can be scanned laterally over an area for measuring surface height or an imaging probe can be scanned over the depth to map the surface topography over a large area. Optical probes have the advantage of not being in contact with the sample surface. Some of these techniques are now described.

Optical Ranging

Sensors. An optical ranging sensor consists of a light emitting part, a light receiving part, and a processing system. This technique, can be usefully applied in automation applications such as assembly, inspection and military applications [START_REF] Besl | Active optical range imaging sensors[END_REF]. A point optical ranging sensor typically measures absolute distances or lengths at a single point using a detector, optoelectronics and specific signal processing techniques [START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF].

Based on the capabilities of different sensors of the range accuracy, depth of field, and image acquisition time, several types of sensors are used to obtain range images, i.e.

(a) (b) radar, triangulation, moiré, holographic interferometry, lens focusing, diffraction [START_REF] Besl | Active optical range imaging sensors[END_REF], and time of flight [START_REF] Berkovic | Optical methods for distance and displacement measurements[END_REF].

The distance resolution of each sensor depends on the sensor specification and the working range [START_REF] Berkovic | Optical methods for distance and displacement measurements[END_REF]. For the triangulation sensor, as the distance increases toward the maximum sensing distance, the resolution progressively decreases.

Each sensor has different advantages and disadvantages. The triangulation sensor has a lower cost together with a fast measurement of tens or hundreds of kHz, but has certain limitations such as not working well on transparent objects and liquids [43][44].

Optical microscopy. Conventional optical microscopy or stereomicroscopy can be used for measuring surface topography based purely on image processing of the collected images as the object is scanned through focus so as to find the best focus at each point [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF]. The advantages of this technique are a non-contact mode to test the surface and higher vertical range of measurement. The disadvantages are that they are limited to surfaces containing surface features and cannot be used on smooth surfaces, as well as being limited in axial resolution.

The two most common optical profilers are the confocal microscope and the white light interferometer. These generate measurements by sensing optimal focus and fringe visibility respectively, at the different points in an image.

Confocal microscopy.

The basic principle of the confocal microscope, illustrated in Figure 10 (a), is to illuminate only one spot on the sample at a time through a pinhole.

The light reflected from the sample is imaged by the objective back to the pinhole. A complete image is then formed by scanning the spot over the sample. If the sample moves out of focus, as shown in Figure 10(b), the image will disappear because the reflected light is defocused at the pinhole and hence does not pass through it to a detector located on the other side [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF].

A schematic illustration of another type of confocal microscopy which does not require vertical scanning is chromatic confocal microscopy, as shown in Figure 10(c) [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF]. This technique uses an objective having axial chromatic aberration that has a different focusing position according to the height of the surface as a function of the wavelength. The wavelength value is detected by a spectrometer so that the spectrum measurement replaces the need for any mechanical scanning process. While the depth measurement process is fast [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF][9], the disadvantages of the technique are the need for lateral scanning of the point measurement to build up an image and the optical sensitivity to inhomogeneous materials. The resolution in chromatic confocal microscopy can be improved by illuminating the field point by point with an Airy diffraction spot and by using a small confocal exit pinhole [START_REF] Inoué | Ch 17 Microscopes[END_REF].

White Light Interferometer. White light scanning interferometry (WLSI) optical profilers use a white light source that has a broadband visible spectrum with wavelengths from about 380 nm up to 750 nm (violet to red) and work like an optical focus sensor in which the maximum fringe visibility determines the position of the surface. The use of broadband illumination overcomes some of the limitations that are found in single and even multiple wavelength methods. The technique is therefore now known as CSI.

Several types of interference objectives that exist are the Michelson, Mirau and Linnik. The Mirau and Linnik configurations are both variations of the Michelson [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF]. In general, the difference between them depends on the number of objectives used, the mechanical design and the way the beam is split into reference and object beams. The Linnik configuration is discussed in section 2.1 [START_REF] Corle | Confocal scanning optical microscopy and related imaging systems[END_REF].

Michelson setup

In the Michelson setup, shown in Figure 12 (a), a single objective is used behind a beam splitter that splits the incident light into two beams by amplitude division. These two light beams, reflected by the sample and reference mirror, propagate along almost the same optical distance, and are recombined by the same beam splitter before passing again through the objective. The resulting interference patterns are generated by superimposition of these two light beams and can be visualized with occular or imaged on the camera. Thus, the height difference between the sample and reference mirror will contribute to the intensity map of these interference patterns. Because of the large beam splitter in front of the objective, the Michelson setup is often used with low magnification objectives of between 1 to 10 magnification.

Mirau setup

The most commonly used interference objective is the Mirau setup, as shown in Figure 12 (b). This setup also uses a single objective, but with a semi-reflective window to divide the illuminating beam into two parts (reference beam and object beam). The reference mirror is positioned near to the entrance of the objective. The two beams are then recombined to form the interference fringe pattern on the camera target.

The advantages of the Mirau setup are the more compact design, the ease of adjustment, the robustness to mechanical influences and the reduced expense because of the fewer components used than in the Linnik design. However, in this setup, aberrations can occur in wide aperture systems due to the reference mirror placed between the objective and beam splitter. For this reason, this objective is often used in midrange magnifications from 10 to 40 magnification. In order to obtain fringes at the best focus of the sample objective, the position of the reference mirror needs to be set at the best focus of the reference objective. In a Mirau objective, the two path lengths need to be first matched. Figure 11 shows a few interferograms as registered by the camera as the sample is progressively scanned through the focus of a Mirau objective. Fringes from individual interferograms show which part of the sample is in focus for a given position of the scan. The Mirau design is inherently more stable due to the use of a single objective [START_REF] De Groot | Interference microscope objectives for widefield areal surface topography measurements[END_REF] and is free from dispersion errors due to its symmetry and the same thickness of the plane-parallel plates [START_REF] Motamedi | Micro-Optic component, testing, and applications[END_REF].

Immersion Mirau

O.V. Lyulko et al. [START_REF] Lyulko | Immersion Mirau interferometry for label-free live cell imaging in an epi-illumination geometry[END_REF] developed an immersion Mirau system , known as SIMI, or Simultaneously Immersion Mirau Interferometry (shown in Figure 13) based on the principle of phase shifting interferometry (PSI) to simultaneously acquire all interferograms at the same time in order to eliminate the effects of vibration. To ensure identical optical paths in the object and reference arms, liquid is placed in the space between the reference mirror and the beam splitter. This system produces a sufficient image quality for performing experiments on live and fixed cells. Linnik configuration (shown in Figure 22) will be explained in section 2.1 while the comparison of those configurations is presented in Table 2. Spectral Interferometry. A variation of CSI is the spectral version [START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF]. This technique is based on the observation of interference fringes for a very large number of wavelengths using a spectrometer. Spectral interference can be obtained by using a source with a tunable wavelength (system of wavelength scanning interferometers) or by placing a dispersive element at the exit of the interferometer (system of spectrally resolved CSI). This method bypasses the need for mechanical axial scanning by detecting the fringe frequency which carries information about the object's position instead of detecting the best focus at each point on the camera.

Digital holographic microscopy.

Holography is also based on the interference of light to create interference patterns. A hologram is created by dividing the illuminating laser light into two beams. One beam illuminates the sample (sample beam) and the other beam (reference beam) illuminates the recording medium or a camera target in the case of digital holographic microscopy (DHM). By either reflection or transmission, combining the light from the sample with that of the reference beam will result in an interference pattern, or a hologram. In DHM, the image creation process is performed using by a computer.

The principle of digital holographic microscopy is shown in Figure 14. A phase modulator can be added either in the path of the illumination beam or in that of the reference beam. The field diffracted in O' is superimposed coherently to the reference beam. The resulting interference pattern is recorded without lens L3 while adding it allows an image to be recorded in direct space [START_REF] Haeberlé | An introduction to diffractive tomographic microscopy[END_REF]. While DHM has been used for characterizing biological specimens, it is being used increasingly in the metrology of materials.

Comparison of characteristic parameters of profilers

The advantage of imaging interferometric systems over most other optical and stylus profilers is their ability to scan the entire field rather than proceed by point scanning.

Because the whole area is imaged at the same time, lateral scanning becomes unnecessary, which greatly speeds up the measurement process. Table 3 shows the comparison of the two groups of profilers.

The advantages (indicated by +) and disadvantages (indicated by -) of each technique compared with the others are as follows:

Optical profilers:

+ Larger field of view (FOV) than stylus profilers.

+ Higher lateral resolution than stylus profilers.

+ Higher speed measurement than stylus profilers and confocal microscopy due to axial scanning using full field imaging in CSI.

+ Non-contacting and non-invasive, making it possible to measure through transparent layers compared with stylus techniques.

-Sensitivity to optical errors.

Stylus profilers or AFM/STM: + Higher axial and lateral resolution than optical profilers.

+ Multiple modes available for detection of different parameters.

-Slow measurement speed for 3D profiling of surface due to point scanning [START_REF] Caber | Interferometric profiler for rough surfaces[END_REF]; not able to measure full-field dynamic motion.

-The possibility of stylus tip damage of delicate surfaces during the scanning process due to physical contact. 3. Comparison the main characteristic parameters of stylus profiler, SPM, confocal microscope and white light interferometer [START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF]. Furthermore, the advantages or disadvantages of each profiling technique can be considered in terms of the physical limitations in the capabilities of providing 3D information according to the dominant noise sources and the relation of the physical measurement of the uncertainty scale with the aperture or working distance, as shown in Table 4 [START_REF] Leach | Optical measurement of surface topography[END_REF].

In general, in type I, sensors based on triangulation, i.e. confocal microscopy, chromatic confocal microscopy and SIM, measure the lateral shift of local details and the scaling factor depends on the dominant noise source [START_REF] Leach | Optical measurement of surface topography[END_REF].

In type 2 sensors, the result of the measurement uncertainty of CSI on a rough surface does not scale with the distance of the aperture of the observation, so benefitting from the possibility of measuring within deep holes or at a large distance without increasing the measurement uncertainty [START_REF] Leach | Optical measurement of surface topography[END_REF] [START_REF] Petzing | The measurement of rough surface topography using coherance scanning interferometry[END_REF]. The inconvenience is the scanning time required to measure over several hundred micrometres or mm depth [START_REF] Häusler | Limitations of Optical 3D Sensors[END_REF]. Interferometry consists of the superposition of two waves with the same frequency, split into two parts and typically coming from a coherent light source (monochromatic). In white light interferometry, the interference takes place between the superposition between waves with the same frequency over the broad spectrum of the white light source. The waves travel in different paths and are combined to create interference. Each part of the wave with the same phase will add constructively, whilst those out of phase by 180° will destructively cancel each other, resulting in dark fringes. The illustrations are presented in Figure 15. or in a complex exponential as 𝐸(𝑥, 𝑦, 𝑧, 𝑡) = 𝑅𝑒{𝐴𝑒 KL } 𝐸(𝑥, 𝑦, 𝑧, 𝑡) = 𝑅𝑒N𝑎 𝑒 OPQRKL S (Eq. 5
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where a is the amplitude of the wave, A = ae -ij is the complex amplitude, and j = 2pz/l. This complex amplitude at any point in the image plane is the sum of the complex amplitudes of the two interfering wavefronts (A = A1 + A2). Hence the intensity at any point is
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I1 and I2 are the individual intensities of the two waves, and Dj = j1 -j2 is the phase difference. The phase difference can be related to the optical path difference (OPD), assuming the two wavefronts use a common source,

𝑂𝑃𝐷 = ] ;_ `Δ𝜑 (Eq. 7)
The spectral range and size of the light source used in interferometry define the temporal and spatial coherence and the nature of the interference fringes. For example, with a point monochromatic light source, the spatial coherence is high, resulting in a long coherence length and a large number of fringes. With a white light source emitting polychromatic light, because of the broad range of frequencies, the temporal coherence is low, resulting in a short coherence length a small packet of white light fringes.

There are two main techniques used in this work: Phase Shifting Microscopy (PSM) and CPM or CSI that will be described in this section. Each technique has its own main advantages, as presented in Table 5 in general terms. The advantages of CSI are that it is rapid, non-destructive and applicable to many different types of surfaces over a high dynamic range [58][59]. PSM enables the measurement of the height of nanometric surface irregularities [START_REF] Kaplonek | Coherence Correlation Interferometry in Surface Topography Measurements[END_REF], but only over a small measurement range (<l/2). A very high axial resolution can be achieved in PSM provided proper adjustment of the instrument and a quiet environment. Otherwise errors can result in the measurement [START_REF] De Groot | Derivation of algorithms for phase-shifting interferometry using the concept of a data-sampling window[END_REF]. Therefore, the choice of the best algorithm of phase modulation plays an important role in the PSM performance. 

Phase Shifting Microscopy

Introduction PSM is a mathematical interpolation method of interference fringes based on the introduction of known phase shifts between the two arms of the interferometer, in order to determine the phase [START_REF] Montgomery | Implementation of a fringe visibility based algorithm in coherence scanning interferometry for surface roughness measurement[END_REF][61] [START_REF] Fillard | Near Field optics and nanoscopy[END_REF]. These phase shifts result in several interferograms that are recorded for different values of the optical path difference (OPD). Different ways of introducing the phase shift exist: by vertical translation of the sample, by translation of the interferometer or by the translation of the reference mirror to obtain different values of OPD that are typically equidistant fractions of the fringe spacing [START_REF] Xu | Modélisation et fabrication de microinterféromètres Mirau accordables intégrés 3D Modeling and fabrication of tunable 3D integrated Mirau microinterferometers Composition du jury[END_REF].

While the axial resolution of PSM is nanometric, the axial dynamic range is limited to several hundred nanometres due to the periodicity of the interference fringes. It is therefore well adapted for measuring surface roughness of very smooth surfaces and small defects. The lateral resolution is limited by diffraction to λ/2 (typically around 0.4 µm). Due to the limited axial range of PSM, CSI was developed in the 1990s to enable the measurement of much deeper surface roughness. 

Operating principle of PSM

In PSM, the sample is illuminated by a monochromatic or quasi monochromatic light source through an illumination system such as with Köhler illumination. Then three or more images are taken by the camera for different values of the OPD corresponding to sub-multiples of the wavelength. The phase of the wavefront reflected from the sample is calculated at each pixel in the image. The result of the calculations is then displayed as a synthetic image with grayscale encoding of the altitude, which represents the surface mapping.

The interference pattern or the intensity at a coordinate point (x, y) in an interference pattern may be expressed by the following Eq.8 [START_REF] Abderrazzaq | Développement de la microscopie interférométrique pour une meilleure analyse morphologique des couches minces e t épaisses des matériaux semiconducteurs et optiques[END_REF]:

𝐼 P (𝑥, 𝑦) = 𝐼 b (𝑥, 𝑦)[1 + 𝛾 f cos(𝜑(𝑥, 𝑦) + 𝛼 P )] (Eq.8)
in which αi is the phase shift introduced, Io(x,y) is the square of the incident amplitude, γ0 is the visibility factor of fringes and φ(x,y) is the signal phase to calculate. An acquisition of at least three interferograms with controlled phase shifts is required to determine the three unknowns; Io(x, y), γ0 and φ(x,y). Higher numbers of interferograms can be used to improve the measurement precision.

There are two basic modes for introducing phase shifts, the discrete mode and continuous mode. The difference between these two modes is illustrated using the algorithm of 4 steps of 120° [START_REF] Abderrazzaq | Développement de la microscopie interférométrique pour une meilleure analyse morphologique des couches minces e t épaisses des matériaux semiconducteurs et optiques[END_REF].

a. Discrete mode

If the phase difference is obtained from discrete phase steps, the technique is known as phase stepping microscopy. The graph in Figure 16 shows the variation of intensity of the interference fringes as a function of the phase shift in the discrete mode. After each step, the interferogram is recorded and four images are taken. The result of the calculations is displayed as a synthesised grayscale image of the phase: 𝜑 = tan o p q Op r p s Op t u (Eq.9)

Figure 16. Phase determination, from 4 discrete steps of 120° [START_REF] Abderrazzaq | Développement de la microscopie interférométrique pour une meilleure analyse morphologique des couches minces e t épaisses des matériaux semiconducteurs et optiques[END_REF].

b. Continuous mode

The technique of phase change in the continuous mode (Phase Shifting Microscopy), also called the technique of phase integration, is characterized by a linear variation of phase (Figure 17). The change of phase is performed during the period T and the acquisition of an image is made during a time τ which depends on the number of images taken.

Figure 17.The technique of the change of phase [START_REF] Abderrazzaq | Développement de la microscopie interférométrique pour une meilleure analyse morphologique des couches minces e t épaisses des matériaux semiconducteurs et optiques[END_REF].

Assuming that the period T of the signal is continuous, the initial phase difference between the two beams can be determined (as in the discrete mode) by recording several interferograms over the period T (one interferogram for each integration time τ). 

CSI method

As mentioned previously, CSI is a non-destructive optical profiling technique based on light white light interferometry that is well suited for measuring the 3D structures of sample depths over a few µm to tens of µm. CSI uses the interference fringes of white light in a simple way. Instead of calculating the phase using image processing (like in PSM), its strong point is the use of the fringe envelope as a virtual probe. The advantage of this technique compared to PSM is the depth of the larger vertical field and the ability to measure height differences over many µm. A wide range of measurement, high accuracy, and short time of measurement are some of the advantages of this technique [START_REF] Kaplonek | Coherence Correlation Interferometry in Surface Topography Measurements[END_REF] so that it is widely employed in many applications e.g. analysis of structures of polymers in material sciences and engineering, measurement of surface topography and machine parts in mechanical engineering, measurement of silicon wafers in microelectronics, analysis of MEMS and MOEMS and the measurement of optical and micro-optical components and elements, etc.

General principle of CSI

The camera measures the intensity of the light as the distance between the interferometric objective and the sample that changes along the z axis, so scanning the fringes over the depth of the sample surface. The goal is to find the maximum fringe contrast which corresponds to the peak of the fringe envelope. The intensity of the light is measured by each pixel sensor and the fringe envelope is then obtained and used to calculate the position of the surface. Figure 18 shows how the interference is built up at each pixel in the camera array. White light is used rather than monochromatic light because it has a shorter coherence length, so avoiding ambiguity in determining the fringe order. The accuracy and repeatability of the CSI measurement depend on many parameters including the stability of the sample, the environment, the performance of the camera, the control and linearity of the vertical actuator, the design of the metrology frame, etc.

Signal processing in CSI

Fringe signal

The light intensity giving rise to the fringe signal, s(x,y,z), obtained from a detector (digital camera) as the OPD is varied through focus in a white light interferometer, has the following form [START_REF] Larkin | Efficient nonlinear algorithm for envelope detection in white light interferometry[END_REF] in Eq.10.

(Eq.10)

The function s corresponds to the intensity signal at a given point of the sample surface (x,y), where z represents a vertical scanning position along the optical axis in relation to the surface. The quantity a(x,y,z) is an offset intensity related to the reference and object beam intensities, b(x,y) is the fringe contrast, g(z) is the fringe envelope function related to the spectral profile of the white light source, and λ0 is the mean wavelength of the light source. The phase offset related to the phase change on reflection represented by α(x,y).

Many different algorithms exist for extracting the fringe envelope such as demodulation [START_REF] Wyant | Computerized interferometric measurement of surface microstructure[END_REF][65], peak fringe scanning microscopy (PFSM) [START_REF] Montgomery | Peak fringe scanning microscopy (PFSM): sub-micron 3D measurement of semiconductor components[END_REF][66], Fast Fourier Transform (FFT) [START_REF] De Groot | Derivation of algorithms for phase-shifting interferometry using the concept of a data-sampling window[END_REF], wavelets [START_REF] Sandoz | Wavelet transform as a processing tool in white-light interferometry[END_REF] and signal correlation [START_REF] Hobson | Exploring Surface Texture: A fundamental guide to the measurement of surface finish[END_REF]. The techniques used in this work are now described.

Z-scan technique (1D)

Figure 19 shows how a stack of fringes are acquired for analysis in CSI by means of a single vertical scan of the fringes over the depth of the sample. Signal processing is then used to find the fringe envelope and finally the peak of the envelope that corresponds to the position of the surface. The Z-scan technique developed in the IPP team [START_REF] Montgomery | Tomographic analysis of medium thickness transparent layers using white light scanning interferometry and XZ fringe image processing[END_REF] uses 2D image processing of the XZ images from the XYZ image stack to obtain the fringe envelopes along Z. The technique is based on demodulation and allows the determination of the positions of the peaks of the fringe envelope which corresponds to the height of the surfaces at each pixel in the XY image. The advantage of this technique is that the XYZ matrix can be manipulated and processed for use in the study of more complex transparent layers, similar to the FF-OCT technique [START_REF] Dubois | Full-field optical coherence microscopy with optimized ultrahigh spatial resolution[END_REF].

FSA fringe envelope algorithm

An efficient and well known algorithm for detecting the fringe envelope is the Five Step Adaptive (FSA) algorithm proposed by Larkin [START_REF] Larkin | Efficient nonlinear algorithm for envelope detection in white light interferometry[END_REF] which calculates the fringe visibility at each pixel. This method detects the envelope of the fringe signal using five sampling positions along the optical axis for each point. Eq.4 shows the formula of the calculated envelope. The FSA algorithm requires the values of ϕ close to 90 o for accurate measurement, as given in Eq.12.
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where A is the amplitude value at the sampling position; ϕ is the phase shift due to the scanning step; I3 is the local position and; I1, I2, I4, I5 are the neighboring sampling positions. The amplitude value of the envelope A can thus be calculated by means of only two multiplications and one square root operation that gives an advantage in terms of the time required for computation compared with other more involved algorithms when implemented in software processing.

Resolution

As with any measuring instrument, resolution criteria are required in interference microscopy in order to know the smallest details observable of a measured structure and to correctly analyze the unknown surface. Hence, there are several different criteria of resolution [START_REF] Cremer | Resolution enhancement techniques in microscopy[END_REF]: two-point resolution, resolution based on the point spread function (PSF), Fourier theorem based resolution and other resolution criteria such as resolution based on the Nyquist theorem, the observation volume, and size.

In considering optical profiling, it is important to take into consideration the limits of resolution which will define the smallest details measurable or the ability of a microscope system to discriminate the constituent parts of an object as being separate in space (spatial) and as being separate in events (temporal). The higher the resolution, the smaller the point difference to distinguish.

In this section, we will focus on the spatial resolution which is commonly further subcategorized into lateral resolution and axial resolution. These are now presented.

Lateral Resolution

A minimum distance between two points in the object plane that are considered to be resolved in the image is a useful definition of the lateral resolution for lateral measurements in a classical imaging (2D) microscope. However, this definition becomes impractical for areal surface topography measurements because the distance between two adjacent points could affect their relative height difference. Use of ISO 25178-601 2010 [START_REF] Leach | Optical measurement of surface topography[END_REF], the width limit for full height transmission, solves the problem of the lateral resolution definition although it is still under debate [START_REF] Giusca | Calibration of the areal metrological characteristics of scanning confocal microscopes[END_REF] since it is not appropriate for certain applications. The experimental test using a grating with a period close to the resolution of the instrument is carried out to measure the width limit.

2D Lateral Resolution

Two-point resolution, one of the resolution criteria, has various criteria to resolve two points on the object separated by a minimal distance [START_REF] Den Dekker | Resolution : a survey[END_REF]. The ability of an optical system to resolve two nearby point sources of light with equal brightness is referred to by the Rayleigh criterion. These point sources are represented by two well separated diffraction patterns, or Airy disks. The better two-point resolution is obtained by a smaller diameter and smaller detectable distance. This resolution criterion is based on the full width at half maximum (FWHM) of the point spread function [START_REF] Cremer | Resolution enhancement techniques in microscopy[END_REF]. The PSF is a diffraction pattern of the system's effective aperture. The two-point resolution is the ability of an imaging system by eye or an optical instrument to distinguish two-point sources of equal luminosity and separated by a minimum distance. The criteria of Abbe, Rayleigh, and Sparrow are the two-point resolution criteria which are based on the observation of PSF recovery.

In 1873, the German physicist Ernst Abbe found that the resolution of an optical imaging instrument is not only constrained by the quality of the instrument, but by the wavelength of light used and the aperture or numerical aperture (NA) of its optic or imaging lens. This meant that in the absence of aberrations, lateral resolution is fundamentally limited by the diffraction of light so that two objects located closer than λ/(2NA) cannot be resolved. This resolution corresponds to the spatial cutoff frequency of the optical system when it is considered as a linear filter. This is usually the case when the numerical aperture of the lens is low and the illumination is totally coherent or incoherent. Hence the resolving properties are uniquely determined by the impulse response of the system [START_REF] Kittang | Development and testing of a Linnik Interference Microscope for Sub-surface Inspection of Silicon during moving Indentation[END_REF][74] [START_REF] Editorial | Beyond the diffraction limit[END_REF].

Then in 1986 Rayleigh defined his criterion, in which two points are resolved if the center of the spot of the first source point coincides with the position of the first zero of the spot of the other diffracted source point [START_REF] Born | Interference and diffraction with partially coherent light[END_REF]. He stated that for incoherent illumination, two-point images of equal brightness separated by a distance of the Airy disk will be resolved. But the optical aberrations degrade the optical resolution of the imaging system [START_REF] Cremer | Resolution enhancement techniques in microscopy[END_REF].

The difference between the Abbe and Rayleigh criteria is based on the definition of two objects being resolvable from each other. In practical applications, this difference is small. The Rayleigh definition is stated in the form that two points of equal brightness can be distinguished if there is a 26.5% dip in intensity between them. This definition corresponds to the two incoherently illuminated points being separated by a distance rR (Rayleigh) [START_REF] Montgomery | Tomographic analysis of medium thickness transparent layers using white light scanning interferometry and XZ fringe image processing[END_REF].

While the Sparrow criterion modifies the Rayleigh criterion and defines that the twopoint resolution is the smallest distance between two points at which the minimum in the intensity distribution of the combined two luminous points vanishes [START_REF] Cremer | Resolution enhancement techniques in microscopy[END_REF].

The Sparrow criterion is defined by the separation for which the resulting intensity pattern has no curvature in the centre [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF]. Approaching the definition of resolution from a different angle, the Abbe resolution limit is the largest diffraction grating pitch that cannot be detected by the optical system. The Rayleigh and Sparrow definitions correspond to objects that are Dirac distributions in the object plane while the Abbe definition corresponds to objects that are Dirac distributions in the spatial frequency domain.

The Rayleigh criterion defines the resolution mathematically given by Eq.8. presents the definition of lateral resolution of an optical system based on the illumination type [START_REF] De Lega | Lateral resolution and instrument transfer function as criteria for selecting surface metrology instruments[END_REF], where λ is the wavelength of the light source, n is the index of the medium between the objective lens and the sample and α is the half angle of the lens aperture. The value of (n sinα) is the numerical aperture of the optical lens [START_REF] Bradbury | An introduction to the optical microscope[END_REF]. Other criteria based on the illmunitation type are presented in Table 6. Numerical aperture as applied to a microscope objective is a measure of the ability to gather light and resolve fine specimen detail at a fixed object distance. NA determines the resolving power of an objective, but the total resolution of a microscope system is also dependent upon the numerical aperture of the sub-stage condenser (in transmission microscopy). The higher the numerical aperture of the total system, the better the resolution.

The diffraction-limited phenomenon hindered the performance of optical microscopy for over a century, and was considered a fundamental, unbreakable rule. The quality of the resolution measurements is obtained from caution in designing the resolution artefacts. For example, the aspect ratio of a square shaped grating will influence the value of the resolution as well as other errors such as the batwing effect [START_REF] Gao | Surface measurement errors using commercial scanning white light interferometers[END_REF] that could increase the apparent height of the profile. However, several approaches in imaging have emerged, using super-resolution imaging techniques that operate beyond the diffraction limit [START_REF] Editorial | Beyond the diffraction limit[END_REF]. Super-resolution microscopy is a collective name for a number of techniques that achieve resolution below the conventional resolution limit. Several advantages of imaging exist when it is not limited by diffraction.

3D Lateral Resolution

3D resolution is even more difficult to define and determine than 2D. In general, the resolution is determined in 2D. The applicability of conventional concepts of the calculation of the resolution are in debate when applying them to the quantitative measurement in three dimensions [START_REF] Boedecker | Comparability and uncertainty of shape measurements with white-light interferometers[END_REF] so the definitions of Rayleigh and Sparrow are not directly applicable when measuring surface topography.

The PSF in the three spatial directions (FWHMx, FWHMy, FWHMz) can be used to describe the 3D resolution power of a microscope system. For different systems, it may be difficult to do a comparison, so Hell and Stelzer [START_REF] Hell | Properties of a 4Pi confocal fluorescence microscope[END_REF] proposed using an additional criterion of the observation volume (Vobs), in which it is defined as the volume enclosed by an iso-surface of the 3D-PSF, i.e. the ellipsoid volume [START_REF] Lindek | Confocal theta fluorescence microscopy using two-photon absorption and annular aperatures[END_REF] formed by the three FWHMs:
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… 𝐹𝑊𝐻𝑀 ‰ 𝐹𝑊𝐻𝑀 Š 𝐹𝑊𝐻𝑀 : . Another way to determine the resolution of high performance microscopes is by using measurement of the three-dimensional point-spread function (3D-PSF) which is standardized by recording the scattered light of point like objects [START_REF] Schrader | Potential of confocal microscopes to resolve in the 50-100 nm range[END_REF]. The precision of the 3D-PSF and 3D imaging have become possible for the highest NA due to the 3Dpiezoelectric scanner.

Axial Resolution

Axial resolution refers to how details in the object appear in the image when perfect focus is not obeyed. On the object side, this affects how well 3D objects are imaged. The axial range in object space over which appreciable sharpness is met in the image is known as the depth of field. Pluta [START_REF] Pluta | Advanced Light Microscopy[END_REF] shows that the diffraction limit of the depth of field can be given by Eq.14.

The image that is formed in the intermediate image plane by the objective lens is a diffraction image with a finite spread, or known as Fraunhofer diffraction, as shown in Figure 20. It is not an infinitely small point. This pattern is formed by the exit pupil of the objective lens where the spherical waves converge to the focal point. The Airy disk is the central bright disk in the diffraction image, which is the image of a point source of light in an aberration-free optical system. Its radius is from the central peak to the first minimum of the diffraction image given as ]𝑟 ‹POEŠ = f.…VŽ ‹ `, where l is the vacuum wavelength of the light. In correspondence to the lateral resolution limit [START_REF] Inoué | Ch 17 Microscopes[END_REF], the Rayleigh criterion (in Eq.14), which is taken from the Airy disk radius, 𝑧 •P• (Eq.15) is used for measuring the axial resolution, in which the ratio of the lateral to axial resolution ] 𝑧 •P• 𝑟 ‹POEŠ ' = 3,28𝑛 𝑁𝐴 ' ` is inversely proportional to the NA of the objective.
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In CSI, as well as FF-OCT, the mechanism governing the axial resolution is independent of the classical depth of field and may be determined by the coherence length of the illumination source. The axial resolution is defined as the FWHM Dz of the interferogram that is equal to half the coherence length. Eq.16 is an expression of the axial resolution by assuming the spectrum to be Gaussian shaped, where n is the refractive index of the medium, l is the center wavelength, and Dl is the spectrum width (FWHM) as shown in Figure 21.
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FWHM = 2σ√2 ln 2 = 2.35𝜎 (Eq. 18)

Figure 21. Illustration of a full width at height maximum and the relation with the standard deviation, s.

Conclusion

In this chapter we have looked descriptions of two main profilometers: contact profilometers and optical profilometers to profile the surface topography in 2D and 3D.

There are several techniques with different parameters for both types of profilometers.

The advantages and disadvantages of each techniques have been presented including the application field. Continued by presenting the comparison of all techniques in several ways in the next section.

First, the contact profilometers are the stylus profiler and the near field probe microscope, which use a touch probe to measure the surface profile. Their measurement performance differs in terms of resolution and lateral and vertical reach, and for
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x different applications. Stylus profilers are the oldest techniques used to measure surface roughness by moving the surface of the object under the tip of the stylus or by moving a probe tip-shaped on the surface and detecting variations in height of the tip of the point. Near-field scanning probe microscopy was first developed on the basis of vacuum tunneling and has an unprecedented resolution in real space at the atomic scale.

The stylus profiler has become a standard in the industry, with many ISO standards developed, the technique has several disadvantages such as a relatively low scanning speed that can lead to a thermal increase of the sample and a lack of lateral resolution due to the geometry of the tip.

Second, the optical profilers that has several types existed. Rather than using a mechanical probe, an optical probe can be scanned laterally over an area to measure the height of the surface or an imaging probe can be scanned over the depth to map surface topography over a large area. Optical probes have the advantage of not being in contact with the surface of the sample.

The two most common optical profilers are the confocal microscope and the white light interferometer. These generate measurements by respectively detecting the optimal focus and visibility of the fringes, at different points of an image.

The basic principle of the confocal microscope is to illuminate a single point of the sample at a time through a pinhole. Instead of calculating the phase using image processing (as in PSM), its strong point is the use of the fringe envelope as a virtual probe. To improve the resolution of this microscopy, we proceed by illuminating the field point by point with an Airy diffraction point and by using a small confocal exit hole.

On the other hand, white light interferometry (WLSI) optical profilers use a white light source with a broadband visible spectrum with wavelengths from 380 nm to 750 nm (purple to red) and function as a optical focusing to measure the position of the surface. The use of broadband lighting overcomes some of the limitations found in single and even multiple wavelength methods. The technique is now known as CSI. Several types of interference objectives exist: Michelson, Mirau and Linnik.

The advantage of imaging interferometric systems compared to most other optical profilometers and stylus is their ability to scan the entire field rather than performing spot scanning. Because the entire area is imaged at the same time, side scanning becomes unnecessary, which greatly speeds up the measurement process.

Interference microscopy is the technique developed in this research project. Two main techniques are used in this work: phase-jump microscopy (PSM) and CPM or CSI. PSM is a method of mathematical interpolation of interference fringes based on the introduction of known phase shifts between the two arms of the interferometer, in order to determine the phase. These phase shifts result in several interferograms that are recorded for different values of the optical path difference (OPD). The CSI, on the other hand, is a non-destructive optical profiling technique based on white light interferometry with a broadband light source. It is well suited for measuring 3D structures of sample depths from a few µm to several tens of µm.

When considering optical profilometry, it is important to consider the resolution limits that define the smallest measurable details or the ability of a microscope system to distinguish the component parts of an object separately in (space) space. and in time (temporal). The higher the resolution, the smaller the difference in point to distinguish. There are many criteria for determining the resolution. In this work, we use the Rayleigh criterion to determine the lateral resolution and the axial resolution is defined as the FWHM Dz of the interferogram which is equal to half the length of coherence.

Résumé de chapitre 1

Il existe plusieurs méthodes d'instruments pour mesurer la rugosité de surface et les structures de surface en 3D. Les systèmes de profilométrie présentés dans ce chapitre sont des systèmes de contact par pointe et des systèmes sans contact par moyens optiques. Différentes techniques et configurations, pour les deux types de mesure, sont présentées et comparées dans cette étude bibliographique.

Les deux principaux profilomètres de contact sont le profileur à stylet et le microscope à sonde de champ proche, qui utilisent une sonde tactile pour mesurer le profil de surface. Leurs performances de mesure diffèrent en termes de résolution, de portée latérale et verticale et selon les différentes applications. Les profilomètres à stylet sont les techniques les plus anciennes utilisées pour mesurer la rugosité de surface en déplaçant la surface de l'objet sous la pointe du stylet ou en déplaçant une sonde en forme de pointe sur la surface tout en détectant les variations de hauteur de la pointe. La microscopie à sonde à balayage en champ proche a d'abord été développée sur la base de l'effet tunnel sous vide et a une résolution sans précédent à l'échelle atomique.

Dans le profilomètre à stylet, le rayon de la pointe du stylet, la forme de la surface et l'intervalle d'échantillonnage entre les points de données, sont les paramètres importants pour déterminer la résolution latérale. Plus le rayon de la pointe est petit et net, mieux sera le suivi de la forme de la surface à analyser. Mais d'autres facteurs tels que la force locale sur la surface et l'élasticité de surface doivent être pris en compte pour obtenir un résultat précis. En microscopie à force atomique, le choix d'un cantilever avec un embout approprié est une exigence pour obtenir une très haute résolution verticale et latérale.

Le profileur à stylet est devenu un standard dans l'industrie, avec de nombreuses normes ISO développées. Cette technique présente cependant plusieurs inconvénients tels qu'une vitesse de balayage relativement faible pouvant conduire à une augmentation thermique de l'échantillon et un manque de résolution latérale due à la géométrie de la pointe.

Plusieurs types de profilomètres optiques existent. Plutôt que d'utiliser une sonde mécanique, une sonde optique peut balayer latéralement une zone pour mesurer la hauteur de la surface ou une sonde optique plane peut balayer la profondeur de l'échantillon pour cartographier la topographie de la surface. Les sondes optiques ont l'avantage de ne pas être en contact avec la surface de l'échantillon.

Un 

CHAPTER 2 OPTIMIZATION OF A LINNIK MICROSCOPE

Having considered the different profilometers in the first chapter and the notions of resolution, now we present a specific type of interference microscope based on the Linnik design. As mentioned previously, in a Mirau objective, the two path lengths are matched (see section 2.1). Because there are two separate objectives used in the Linnik design, a more complex optical setup is required in order to match the two optical paths.

Linnik Setup

A Linnik setup requires two matched objectives for the two arms of the interferometer, with each one being directly in front of the sample and reference mirror respectively, together with a beam splitting cube (Figure 22). In this setup, because no component is required between the objective and sample, higher magnification objectives can be used, typically from 50 to 200, although lower magnifications can also be used. One requirement is that the optical path lengths of the two arms need to be equal, thus necessitating separate adjustment of the optical path length difference and focusing of the reference mirror and sample, which are not easy [START_REF] Dubois | High-resolution fullfield optical coherence tomography with a Linnik microsphere[END_REF][85] [START_REF] Dubois | Ultrahigh-resolution full-field optical coherence tomography[END_REF]. Its sensitivity to mechanical influences is another reason why it is rarely used and thus it is rather limited in commercial use [85][73]. However, there are several advantages of using the Linnik setup, including [START_REF] Dubois | High-resolution fullfield optical coherence tomography with a Linnik microsphere[END_REF][86]: a. Optical path lengths and focusing in both arms can be adjusted independently. b. High magnification objectives can be used (50´, 100´, 200´). c. Immersion objectives can be used. d. Higher-NA objectives can be used to improve the spatial resolution. e. Extra optical components can be easily inserted in both the object and reference arms of the interferometer, such as wave plates together with a polarizing beam splitter to work in polarised light. The illumination beam, in the Linnik setup, is split into two by the beam splitter and the reflected beams from the sample and reference mirror are recombined and detected by the detector (the camera). The two images are hence superimposed on the camera target. The configuration can be used in the imaging mode by blocking the path of the light in the reference arm.

In simple terms, matching the two arms in a Linnik interferometer requires three steps: firstly, the reference arm is blocked, secondly, the objective is focused on the object with some features like the edge of a sharp but not too tall step (fringes are not visible at this moment) and thirdly, the reference mirror is brought into focus. Then the OPD between the two arms is changed in order to find the best contrast fringes which occurs at zero OPD. As the objective (or the sample) is scanned axially through focus, each pixel on the camera registers the irradiance; the highest point on the fringe envelope determines the best focus position on the sample.

Immersion Linnik setup

Immersion objectives can be used in order to allow the measurement of the sample in a liquid medium, and so increase the lateral resolution of the microscope due to the higher numerical aperture resulting from the water (or other liquid such as oil) which has a higher refractive index than air. An ideal configuration of a Linnik water-immersion head is shown in Figure 23. Water immersion objectives are used to minimize dispersion mismatch in the interferometer arms for depth scanning in transparent samples and to reduce light reflection from the sample surface [START_REF] Dubois | Ultrahigh-resolution full-field optical coherence tomography[END_REF][78]. 

Linnik designs

The Linnik setup is used less than the other interferometer objective configurations such as the Mirau and Michelson. This is mainly due to the difficulties in optimizing the design and in the adjustment of the configuration. In the literature search, it was not easy to actually find many designs that have been published. Several Linnik configurations in air as well as those using water immersion objectives were finally found and these are now presented in order to show the different designs developed.

Linnik for FF-OCT analysis of tissue

The Linnik design proposed by A. Dubois et al. [84][7][86] (Figure 24) is for use in FF-OCT imaging in living tissue. The imaging method adapts an interference microscope to perform OCT using whole images instead of point scanning using the traditional point scanning fibre based OCT. Higher resolutions approaching 1 µm can be attained in FF-OCT compared with OCT [START_REF] Byeong-Il | Feasibility of Full-field Optical Coherence Microscopy in Ultra-structural Imaging of Human Colon Tissues[END_REF]. The light source used is a near infrared light emitting diode (LED) with a center emission wavelength of 840 nm, a coherence length of 20 µm, and 40 mW of output power. This source was chosen to meet several requirements: (i) The short coherence length reduces the width of the interferogram, which enhances background rejection for imaging inside a scattering medium, as in conventional OCT. (ii) The spatial incoherence minimizes speckle formation in the images. (iii) NIR emission (840 nm) reduces light scattering in biological tissue.

(iv) The LED can be switched on and off at a high frequency of 50 kHz for stroboscopic illumination.

Figure 24. Experimental setup of a Linnik for FF-OCT imaging in living tissue [START_REF] Dubois | High-resolution fullfield optical coherence tomography with a Linnik microsphere[END_REF].

The use of a polarizing beam splitter (PBS) is to split light into reflected s-polarized and transmitted p-polarized beams. It provides the advantage of the simplicity of intensity balance to overcome the problem of the different reflectivities of the optical surfaces [START_REF] Pezzaniti | Angular dependence of polarizing beamsplitter cubes[END_REF]. Moreover the PBS minimizes the loss of light using a polarized beam, allowing a lower intensity source [START_REF] Motamedi | Micro-Optic component, testing, and applications[END_REF].

Other designs for tissue imaging are shown in Figure 25 (a) showing a vertically mounted reference arm and (b) a horizontally mounted reference arm [7][86]. This allows achieving a higher 3D spatial resolution of 1.8 µm × 0.9 µm (transverse × axial) by means of the extremely short coherence length of the source, the compensation of dispersion mismatch in the interferometer arms, and the use of relatively high-NA microscope objectives.

Figure 25. Schematic of (a) the ultrahigh-resolution full-field OCT setup [START_REF] Dubois | Ultrahigh-resolution full-field optical coherence tomography[END_REF] and (b) the experimental setup of FF-OCM [START_REF] Dubois | Full-Field Optical Coherence Microscopy[END_REF]. MO, microscope objective; BS, beam-splitter cube; DM, dichroic mirror; PZT, piezoelectric actuator.

In the schematic of Figure 25 (b), water immersion microscope objectives (Olympus, 10x, NA 0.3) are used, with the reference objective being held in a reservoir of water to minimize dispersion mismatch in the interferometer arms with the imaging depth in the sample, and to reduce light reflection from the sample surface.

High precision Linnik in air

The Linnik design proposed by P. Lehman et al. [START_REF] Niehues | Low coherent Linnik interferometer optimized for use in Nano Measuring Machines[END_REF] in Figure 26(a) is a high precision system for high resolution measurement of samples in air. Due to the fact that the interference takes place behind the objectives then dispersion effects have to be minimized. Thus, the beam splitter cube has a high planarity and low dimensional and angular tolerance. The optical path lengths in the glass in both arms of the interferometer are nearly the same. The mechanical setup provides a number of adjustment axes, with high tolerance as shown in Figure 26.

Both objectives have to be placed exactly on the optical axes. Even small tilt angles would lead to significant dispersion effects in the measuring results. Then the object and the reference mirror have to be placed exactly at the Working Distance (WD) given by the focal length of the objective. The axial Objective Lens Distance (OLD), i.e. the distance between the microscope objectives and the center of the beam splitter is important as well. 
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The WD, one of the considered factors of microscope objectives, is the actual distance between the objective front lens and the surface of the cover glass when the specimen is in sharp focus When the objective is moved closer to the sample, the focal plane moves further into the specimen. However, this is physically limited by the fact that the objective can only be moved until it is in contact with the cover glass. There is an inverse relationship between working distances and the magnification of each objective. For example, a 10x objective may have a working distance of 4 mm, whereas the working distance of a 100x oil objective will typically be in the region of 130 µm. This system results in a lateral resolution in the submicron range and a working distance of more than 5 mm. Moreover, it is capable of resolving small rectangular structures of 300 nm lateral extension and 600 nm of pitch length.

Immersion Linnik in water

The Linnik design proposed by Oh et al. [START_REF] Oh | Ultrahigh-resolution full-field optical coherence microscopy using InGaAs camera[END_REF] is for an immersion system for measurements in water, using a vertical reference arm. Two identical microscope objectives were used in both the reference and sample arms (Figure 27). A wavelength range of 0.9 µm to 1.4 µm was used for the water-immersion objectives employed, giving decreased scattering and greater optical penetration into tissue and aberrationfree imaging. Several inexpensive off-the-shelf microscope objectives were tested, and an objective from Optics for Research (OFR-LMO 20×, 0.45 NA in air, working distance 2.1 mm) provided good imaging performance in this wavelength range. With water-immersion, the round-trip loss of this objective was about 4.5 dB, which can be mainly attributed to the mismatch between the illuminating wavelength and the design wavelength of the stock dielectric anti-reflection coating (optimized for a wavelength of 0.8 µm). A neutral density filter (NDF) was used to adjust the intensity of the reference light in the reference arm of the interferometer so as to enhance the visibility of the interferogram [START_REF] Byeong-Il | Feasibility of Full-field Optical Coherence Microscopy in Ultra-structural Imaging of Human Colon Tissues[END_REF]. Due to the material dispersion imbalance of the NDF, a glass plate of the same material was placed in the sample arm [START_REF] Chen | Improved Detection Sensitivity of Line-Scanning Optical Coherence Microscopy[END_REF].

Leitz-Linnik microscope in air

At ICube, an older Leitz-Linnik microscope has been used for several years [START_REF] Pecheva | White Light Scanning Interferometry Adapted for Large-Area Optical Analysis of Thick and Rough Hydroxyapatite Layers[END_REF][92] [START_REF] Halter | Characterization of inhomogeneous colloidal layers using adapted coherence probe microscopy[END_REF], and has turned out to be one of the best Linnik designs used in the team. The particularity is the very well designed mechanical mechanism for changing the OPD between the two arms of the interferometer using a fine rotational screw as well as the angular tilt mechanism of the reference objective and mirror arm. The reference mirror is also very well designed, with a focusing screw. The modified system developed at ICube is shown in Figure 31, equipped with two 50× objectives and an incandescent lamp (centered at a wavelength of 580 nm), giving a lateral optical resolution of 0.42 µm with a CCD camera (Basler-AVA 1000), and using a piezo scanner (PIFOC from PI) for vertical scanning of the sample. The computer specification is an Intel® Xeon® CPU working at 2.33 GHz with a RAM of 8Gb. 

Compact system vs breadboard

To carry out such work on new microscope instrumentation, there is a choice between using a breadboard based system and an integrated, more compact microscope system. Breadboard systems are usually used for new microscopes, but in the case of the Linnik design, using a commercial system has its advantages. The selection of using which system has its own advantages and disadvantages based on the purpose, the stability, the cost and other reasons. Table 7 presents the comparison of both systems according to the experience gained in the IPP team. In practical applications, the compact system has certain advantages compared with the breadboard, such as its better stability. Unlike the breadboard, the compact system does not need realignment every time it is used. But, the breadboard system is much easier to change or to adapt for certain purposes and for demonstrating proof of principle in practical applications. Then, the disturbance from the outside environment of the breadboard system is sometimes not able to avoid dust or dirt in the system. With the compact system, the optical parts inside the system are more protected from outside influences such as dirt, dust, etc. These are the main reasons why we chose to modify a compact commercial system.

Conclusion

In publication record, the Linnik configuration is less used than other interferometer configurations such as Mirau and Michelson. This is mainly due to the difficulties of optimizing the design and adjusting the configuration. It also was not easy to find many models described in the literature search. But finally, several configurations of Linnik in the air as well as those using water immersion objectives were found, published by P. Lehman and Al., A. Dubois et al., And Oh et al.

In this chapter we have summarised the different designs of Linnik interferometers described in the literature, working both in air and in liquid immersion such as the Linnik design proposed by A. Dubois et al. used in FF-OCT imaging in living tissue uses a polarizing beam splitter that provides the advantage of the simplicity of intensity balance to overcome the problem of the different reflectivities of the optical surfaces.

Then the Linnik design in water proposed by Oh et al. [START_REF] Oh | Ultrahigh-resolution full-field optical coherence microscopy using InGaAs camera[END_REF] uses a neutral density filter to adjust the intensity of the reference light in the reference arm of the interferometer so as to enhance the visibility of the interferogram and a glass plate was placed in the sample arm to overcome the material dispersion imbalance of the filter.

While in the IPP team (ICube), an older Leitz-Linnik microscope was used for several years and proved to be one of the best Linnik models used in the team. The peculiarity is the mechanical mechanism very well designed to change the OPD between the two arms of the interferometer using a fine rotation screw as well as the mechanism of angular inclination of the reference lens and the mirror arm. The reference mirror is also very well designed, with a focus screw.

Résumé du chapitre 2

Dans ce chapitre sont présentées des différentes configurations de l'interferomètre Linnik dans le but de voir comment optimiser le design. La configuration Linnik nécessite deux objectifs appariés pour les deux bras de l'interféromètre directement en face de l'échantillon et du miroir de référence, ainsi qu'un cube séparateur de faisceau. Dans un interféromètre Linnik, la recherche des franges se fait en trois étapes :

1. La distance miroir-objectif doit être réglée de façon à être focalisé par l'objectif de référence et le bras de référence est bloqué.

2. L'objectif objet est focalisé sur un endroit de l'échantillon relativement plat (les franges ne sont pas encore visibles)

3. Enfin la distance axiale de l'objectif miroir (OPD) est modifié afin de trouver le meilleur contraste de franges tout en restant focalisé sur l'objectif (avantage du Linnik)

Lorsque l'échantillon est balayé axialement (Z) par l'actionneur piézoélectrique, chaque pixel de la caméra enregistre l'amplitude du signal d'interférence. Le point le plus haut sur l'enveloppe des franges détermine la position axiale de l'échantillon.

Les objectifs d'immersion peuvent être utilisés pour permettre la mesure de l'échantillon dans un milieu liquide et ainsi augmenter la résolution latérale du microscope en raison de l'ouverture numérique plus élevée résultant du milieu de mesure d'indice de réfraction plus élevée que celle de l'air. Les objectifs à immersion dans l'eau sont utilisés pour minimiser les effets de dispersion dans les bras de l'interféromètre pour un balayage en profondeur dans des échantillons transparents et pour réduire la réflexion de la lumière à la surface de l'échantillon. 

La configuration

Introduction

A second commercial design of Linnik developed within the IPP team is based on the Fogale-Nanotech OEM system with a Linnik interferometer (Figure 30), financed by the IPHC team (R. Barillon) in the context of a collaboration for studying pollutants in colloidal layers. A basic system that was incomplete, without the reference mirror mechanism was acquired, with the aim of modifying it at ICube. The modifications carried out to the Fogale microscope were performed in several steps starting by adding a reference mirror mechanism within the framework of the PICS project (BAS, Bulgaria) and then changing the original Linnik Fogale from use in air to use in water.

To convert the interference objective head to a Linnik-immersion setup, several steps had to be taken such as adding immersion objectives and developing a path length compensation solution to the horizontal reference arm. In addition, some important modifications had to be made to the system to make it practically useable. Certain mechanical parts had to be designed, made and installed in the new system and a motorised table added to the reference arm to simplify path length compensation.

The final purpose of this modification work is to combine CSI with ATR-FTIR for the combined analysis of thick inhomogeneous colloidal layers [START_REF] Halter | Characterization of inhomogeneous colloidal layers using adapted coherence probe microscopy[END_REF], shown in Figure 29.

To this end, the system will be tested on the characterization of colloids (dry, wet, cell with flowing water containing contaminants) at IPHC. The ATR-FTIR technique is possible to obtain the information in molecular level of the colloid or solution surface. The result of CSI is used as the control parameters in order to compare the measurement result and to obtain information of the reproducibility of sample used in ATR-FTIR measurement. These control parameters are as following:

1. Coverage rate of the surface.

The coverage rate of the colloid or material distribution on the substrate surface could be observed and controlled by the 2D image of CSI. This information then is used to control measurement of ATR-FTIR technique.

Maximum thickness of colloidal/ sample layers.

The maximum thickness of colloidal layers is observed by the 3D image of CSI.

The maximum layer thickness is not allowed beyond the penetration depth of the evanescent wave in ATR. Otherwise, reproducing the new sample will be carried out. The next sections present the Fogale microscope design, specifications, modifications carried out, resulting performance, measurement results, and a discussion related to the problems of being able to use it for measuring in water.

The section will be started by presenting the initial Fogale microscope design with the specifications and the performance. Then the different steps of the modifications are described:

-Changing the initial Fogale Linnik design and support system for use with a Mirau objective and a more stable microscope support.

-Modifying the microscope for use from the Mirau objective to the Linnik in air.

-Modifying the Linnik in air for measurements in water by using polymer compensation in the horizontal arm between the reference mirror and the reference objective.

-Installing the stepper motor in the reference arm for simplifying the finding of the fringes.

The performance of the system after each modification is tested by measuring different types of test samples and comparing the results with those from other microscopes on the same samples. In order to determine the resolution, measurements were performed on a RS-N type grating standard calibration (SiMETRICS). Presentations of the problems found and how they were resolved are discussed throughout the chapter.

Initial Fogale microscope

The original Fogale microscope existing at the beginning of the project was the partial immersion Linnik head shown in Figure 30. The old support column and optical benches used for supporting the microscope can also be observed. A teflon reservoir with glass window had been developed (Figure 31) for studying the growth of biomaterial layers under the microscope in a bath of simulated body fluid (SBF). This had been developed within the context of the PICS project [START_REF] Montgomery | PICS 4848: Optical imaging techniques for analysing thick hydroxyapatite/nanodiamond composite layers for the study of biomineralisation[END_REF] and in collaboration with the team at IPHC (Strasbourg) for the study of thick layers of colloids [START_REF] Halter | Characterization of inhomogeneous colloidal layers using adapted coherence probe microscopy[END_REF].

Instrumentation description

The photos in Figure 30 show the different parts of the microscope: the piezoelectric scanning system (in the middle of the column), the interferometer Linnik head (at the bottom of the column) and the teflon water bath (white) in the SBF solution in a pyrex container which is mounted on an XY manual positioning stage. The whole assembly is mounted on an anti-vibration optical table. 3. The reference mirror mechanism consists of an adapted older Mirau mechanism, making use of the tip/tilt stage, the screw path length adjustment ring and the semi-reflecting window as the reference mirror.

4. The object path objective is mounted on a tip/tilt stage which also includes a centering mechanism for changing the lateral position of the objective in the optical path.

5. The two Leica immersion objectives consist of two pairs corrected for water immersion, one having magnifications of 20 with a working distance of 3.5 mm and the other having magnifications of 40 with a working distance of 3.3 mm (specifications in Annex 3).

The details of the Teflon bath and previous immersion head are shown in Figure 31. 

Description of control and analysis software

The control and analysis software at the end of the PICS project (2013) was based on CPM2011, the main software at that time developed in the IPP team under LabView with the ImaqVision module for image processing. Different tools were available for measuring samples and processing the resulting data. The interface can be used for both the phase stepping (PSM) and envelope processing (CPM) techniques.

In the PSM technique, the main algorithm used is the five-step technique in which phase steps of p/2 are chosen. These are used to actuate the piezo positioner which moves the whole interferometer head and the images acquired at each phase position.

After processing, the gray-scale image is obtained and can be analysed for example using the line profile function to observe and measure the surface profile. In the CPM technique, a series of images are acquired during the actuation of the piezo to each step height (dZ) along the dynamic range (DR), where DR and dZ values are set before the acquisition process. Then the gray-scale image (heights) and the maximum intensity image Imax are obtained by processing the stack of scanned images using the FSA method with or without the averaging option. Then the gray-scale image can be used to analyse the surface profile and generate a 3D image. The Imax image consists of an accumulation of the maximum visibility values at each pixel (peak of the envelope) resulting in an extended depth of field image. Other algorithms exist such as the PFSM algorithm (maximum fringe intensity) and demodulation using image processing of the XZ images in the XYZ stack. The new versions of the software and the modifications made to the version used for the present work are described throughout the text.

The software "FringeSurf 3D 2.1" developed during the PICS project for the previously modified Fogale microscope was a simplified version taken from CPM2011 in 2014. This software enabled the control of the LED illumination, the piezoelectric table and the camera through the Fogale control box. The number of functions had been reduced to the minimum needed for ease of use. Details of the front panel can be seen in Figure 32. Further sub-programs allowed for example the taking of snapshots using a "time lapse" function over intervals of 5 -10 minutes to several hours/ days.

Discussion

In considering the modification to be carried out, two main difficulties existed in the design of the original Fogale microscope based on the Linnik head. The first one was the difficulty of balancing the distance of the two arms of the Linnik interferometer to obtain the interference fringes suprimposed on a focused image of the submerged substrate. The initial system was so difficult to align that in practice, the fringes had been found only once! The problem was the tip/tilt adjustment mechanism being placed on the sample objective arm, leading to defocusing each time the OPD was changed.

The second main problem was the overall instability of the microscope with it being placed on old style steel optical benches.

Modification of Fogale microscope

The first steps of the project of developing an immersion Linnik therefore involved making modifications to the original Fogale microscope to make it stable and workable for making measurements in air with a standard Mirau objective. To reach this aim, several steps of modification needed to be done that are described in the following subsections.

Initial Fogale to Mirau setup

In face of the difficulties and limitations of the initial Fogale microscope, the first modification to be performed was to change the objective setup from Linnik to Mirau.

This step was taken with the aim of testing the microscope using a Mirau objective which would be easier for finding the fringes and making some of the first measurements.

Instrumentation modification

The mechanical instability problem in the initial Fogale microscope was solved by replacing the old steel optical bench column (item 1 in Figure 33(a)) with a new modern aluminium optical bench as the column (piece 1 in Figure 33(b)) that is wider, taller, and more robust than the old one. This was firmly fixed to a metal baseplate, making the overall much more stable. The Mirau objective was then installed in the position of the sample objective of the Linnik (Figure 33(b)), on the manual tip/tilt stage (item 3 in Figure 33(b)). The modification can be followed by the details given in Figure 33. 

Description of "FringeSurf 3D 3.1" control and analysis software and of "MountainsMap" surface roughness analysis software

The new "FringeSurf 3D 3.1" control and analysis software dedicated to this modified Fogale microscope setup (2014) for making measurements of sample surfaces was developed by Audrey Leöng-hoi (PhD in 2016). The main interface window can be seen in Figure 39.

The functions retained were the simple 5-step PSM algorithm for measuring small roughness and the FSA algorithm for measuring deeper µm depths. The classical analysis tools of line profile and 3D image were also retained.

A supplementary commercial software was also used for analyzing the measurement data, namely "MountainsMap Universal" version 6.2 developed by Digital Surf. This software is used to present measurement data in several ways such as line profile of certain areas, the grey scale image in 2D, 3D image, and height-depth measurement of surface profile.

Figure 34. The control and analysis software "FringeSurf 3D 3.1" for measuring surface roughness with the Mirau Fogale microscope (2014).

First measurements using the Mirau Fogale

With the modifications previously described, the very first results using the Mirau setup on the Fogale microscope could be made. The fringes were of high contrast and the fringe spacing and orientation could be controlled using the dedicated adjustment screws on the Mirau mechanism.

Some of the first measurements were carried out on a diffractive optical element (DOE) consisting of resin on silicon and on a C-S-H colloid sample. C-S-H is an aggregation of precipitated, colloidal-size particles that bond together over time [START_REF] Thomas | A colloidal interpretation of chemical aging of the C-S-H gel and its effects on the properties of cement paste[END_REF].

The experimental conditions used were the Leica Mirau 10 objective, red LED illumination, and the Basler AVA 1000-100gc CCD camera (color, resolution 1024´1024 pixels, digitization 8 bits, image rate 101 im/s). The use of the red LED for the first measurements was chosen due to the ease in obtaining fringes because of the longer coherence length of the light. The first fringes found on DOE are shown in Figure 35 and the results of the measurement using the FSA technique are shown in Figure 36 and Figure 37 using the line profile and 3D image function of the "FringeSurf 3D 3.1" software. These results were very encouraging as they are similar to what can be found using other interference microscopes [START_REF] Neiss | Multi-level diffractive optical elements produced by excimer laser ablation of sol-gel[END_REF]. The results of the measurements on the C-S-H are shown in Figure 38 (the altitude and 3D images of C-S-H colloid) and Figure 39 (a line profile taken from the measured area). These results were obtained using the MountainsMap software by exporting the greyscale altitude image resulting from "FringeSurf 3D 2.1". Colloids are known to be difficult to measure because of their high roughness [START_REF] Halter | Characterization of inhomogeneous colloidal layers using adapted coherence probe microscopy[END_REF]; however, the first measurements on this sample were encouraging, without too many artifacts. The artifacts that can be observed consist of unmeasured points and observation of the buried substrate through the colloid.

In conclusion, the first modifications of the original Fogale microscope in using a more stable column and the Mirau objective results in a system that is more stable and able to be used for measuring different samples and then studied using the "FringeSurf 3D 2.1" software.

Mirau to Linnik in air

After successfully obtaining measurements with the new Fogale system using the easier to use Mirau objective, several modifications and adaptations were then needed to move towards the use of the Linnik objective setup.

Instrumentation modification

To change the setup from Mirau to Linnik, several steps were performed, as illustrated in Figure 40. These consisted of:

1. Moving the objective tip/tilt stage and OPD adjustment from the sample objective arm to that of the reference mirror arm of the Linnik setup (block 1 in Figure 40 (a), see also the detail of orientation in Figure 41). This was not easy to carry out, requiring several adaptations and modifications to succeed. 2. Changing the old Mirau mechanism used for the reference mirror (Figure 33) for a new Mirau mechanism (Figure 40). An aluminium tube adaptor was designed and fabricated for mounting this new Mirau mechanism (piece 4 in Figure 40, the design of piece 4 is also attached in Annex 4). The Mirau mechanism uses a semi-reflecting window as the reference mirror and allows the focusing and tilting of the mirror (see the detail in Figure 42).

3.

Machining the main aluminium central cube and objective support so as be able to mount the orientation adjustment part on the reference arm, as shown in Figure 40 (rear side of Linnik head).

4. Designing and fabricating an adapted back plate for mounting the reference arm on a linear stage (OPD adjustment) which is fixed to the piezo table of the microscope (piece 5 in Figure 40). 

Problems to solve to achieve the first measurements

So as to be able to make measurements, it was necessary to obtain high quality and controllable fringes in this new modified Linnik interferometer. In order to do this, several difficulties had to be overcome. The following presents a discussion of the difficulties that had to be overcome.

Screw for tilting mirror

Adjustment of distance between ref mirror and objective

Reference mirror

Turning for selecting the mirror reflectance (10%, 25%, 50%, 85%)

Problem of OPD to find fringes

First, the fringes had to be found, which is not an easy task with a white light Linnik interferometer, requiring manual adjustment of the OPD to within a few µm over a few mm. One solution was to first use a laser as the light source, with a long coherence length which made finding the fringes much easier, although not at the zero OPD. The orientation of the fringes could be controlled using the tip/tilt mechanism on the reference mirror arm.

Then a red LED illumination with a shorter coherence length could be used to approach the zero-path difference, and the white light LED to find the better precision of this position. Once found, a marked plate was put on the top of the linear stage to indicate the position of the zero OPD to enable easier and quicker finding of the fringes. During this procedure, it was found necessary to make and introduce an extension ring between the objective and the cube support to extend the distance in the sample arm (piece 3 in Figure 40).

The results in Figure 43 show the first fringes with the Linnik interferometer in air using red and white LEDs and the x20 immersion objectives. It can be observed that he first fringes found using the white LED had a lower contrast than those using the red LED. While this may be partly due to the fact that the immersion objectives are not adapted for use in air, it was also due to misalignment of the Linnik and the white light fringes can be seen to be improved by certain adjustments over the course of the subsequent experiments. 

Difficulties associated with the white LED light source

The first white light fringes found by measuring the intensity at a pixel along the Z-axis had an envelope that was asymmetrical (Figure 44), requiring an optimisation of the illumination source spectrum. By measuring the spectrum of the white light LED source of the original Fogale microscope using a portable spectrometer (Figure 45), this was found to be due to the existence of a gap in the mid-range of the spectrum. This is due to the LED being based on a UV excitation LED with phosphor emission in the visible range. The UV LED is based on InN (Indium nitride) which is a semiconductor material with a small bandgap of about 2 eV emitting at 440 nm [START_REF] Kachkanov | Localization of excitation in InGaN epilayers[END_REF]. Since this problem can lead to inaccurate signal processing and surface measurements, this LED was changed for a different white light LED (LUXEON Rebel lime color, typical spectral half-width 100 nm, centre wavelength 567 nm) having a more balanced spectrum (Figure 46), the data sheet of this new LED shown in Annex 5. 

Details of white light LED designs

White light LEDs to replace the conventional halogen microscope source are commonly used in optical microscopy. A comparison between the use of LEDs and halogen source is given in Table 8 [START_REF] Ogien | High-resolution full-field optical coherence microscopy using a broadband light-emitting diode[END_REF] in which it can be seen that LEDs have many advantages. A low coherence light source for white light interferometry needs to have a continuous broadband emission without spikes or modulation that can also leading to higher quality of the axial PSF [69][99].

Although white light LEDs are convenient for microscopes, compared with traditional halogen sources, as has been found in this application of white light interferometry, the variation in emission spectrum can perturb the results. This has been noted by I. Kassamakov After many years of research and recent developments, it is now possible to generate white light using LEDs by two approaches. The first way consists of a combination of (at least) three LEDs, with power ratios adjusted to obtain white light with a specific color temperature. The second one, a single LED can be used in combination with one or more phosphor materials to partially or fully convert the LED emission, as shown in Figure 47. Several ways to create white LEDs using organic and inorganic sources and phospors are shown in Figure 48 [START_REF] Schubert | Solid-state light sources getting smart[END_REF]. 

LED-based LED-plus-phosphor-based

One approach is to mix the light from several colored LEDs (Figure 49) to create a spectral power distribution that appears white. Similarly, so-called tri-phosphor fluorescent lamps use three phosphors, each emitting a relatively narrow spectrum of blue, green or red light upon receiving ultraviolet radiation from the mercury arc in the lamp tube. By locating red, green and blue LEDs adjacent to one another, and properly mixing the amount of their output the resulting light is white in appearance. In contrast to the RGB approach, a single LED light source can be combined with one or more conversion phosphors to obtain white light. For example, when one phosphor material used in LEDs is illuminated by blue light, it emits yellow light having a fairly broad spectral power distribution. Figure 50 presents the spectra for two phosphorbased white LEDs and sunlight. In practice, by incorporating the phosphor in the body of a blue LED with a peak wavelength around 450 to 470 nm, some of the blue light will be converted to yellow light by the phosphor. The remaining blue light, when mixed with the yellow light, results in white light. New phosphors are being developed to improve color rendering as shown in Figure 51. 
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We can conclude that most commercial white LEDs are based on a conversion process, in which the light emitted by a blue LED is absorbed by a phosphor that reemits in the yellow part of the visible spectrum, resulting in a spectrum that looks white to the human eye. This conversion approach however suffers from an inherent energy loss due to the absorption and reemission process (Stokes' loss), which can reduce the overall efficiency by as much as 30% [START_REF] Schubert | Solid-state light sources getting smart[END_REF]. Moreover, the emission spectrum and the lifetime of phosphor based white LEDs depend mostly on the properties of the phosphor employed. Higher efficiencies and better control on the emission spectrum can be obtained by mixing the light from differently colored LEDs. Usually, an RGB approach is followed by combining a red, green and blue LED into single LED light source. For even better color rendering, a yellow LED can be added to the system [START_REF] Der Maur | Band gap engineering approaches to increase InGaN/GaN LED efficiency[END_REF].

The higher overall efficiency of such a light source is due to the fact that there is no phosphor involved, eliminating thus the conversion loss. However, very efficient individual LEDs are required. While highly efficient red and blue LEDs are readily available, green and yellow ones currently show much lower efficiencies. This is known as the "green gap" [104][105].

In this modification, as has mentioned, the reasons that the white LED (LUXEON Rebel lime color) were chosen:

-The size of whole LED package including the thermal pad is suitable and fit for the hose body of illumination part of Fogale.

-It has no gap on the spectrum and has a more balanced spectral range, resulting in a more symmetrical fringe envelope.

Characteristics of the new LED

While checking the effective wavelength of the illumination for sample measurements carried out at different times, with different LEDs and different media, it was observed that it changed slightly. Therefore, a test of the effective wavelength of the 2 LED's was performed to observe the changes as a function of the values of the voltage and intensity. These experiments were carried out in water with dZ= 0.02 µm and DR= 3.7 µm for red LED and with dZ= 0.02 µm and DR= 1.9 µm for white light LED. The selection or determination of the LED voltage value was determined by the peak intensity of the histogram. Three peaks in the intensity were observed, at 100, 150 and 175 on an 8-bit scale.

The results of the characteristics of the red LED and white light LED are presented in Table 9 and Table 10, respectively. We can see that for the white light LED, the LED voltage and the exposure times do not change the effective wavelength. But for the red LED, there are slight changes for the effective wavelength. Subsequently, for all sample measurements, the same exposure time was used and the voltage was modified to give the same effective wavelength.

Table 9. Characteristics of the red LED with a variation in the LED voltage and exposure times that affect the effective wavelength. 

Description of Linnik head and the new integrated control software

The new modified Linnik configuration uses two identical water-immersion microscope objectives in each of the reference beam and object beam arms. The microscope objectives used in this experiment are ×20 (0.5 numerical aperture and 3.5 mm working distance) and 40 (0.8 numerical aperture and 3.3 mm working distance) from Leica.

The two LED light sources that can be chosen between thus consist of the same quasimonochromatic red LED (central wavelength of 625 nm, bandwith of 20 nm) and the new broadband white light LED (central wavelength of 567 nm, bandwith of 100 nm). Due to the numerical apertures of the objectives, the central effective wavelengths for calculating the axial fringe period are 640 nm and 620 nm respectively. These effective wavelengths are defined as twice the period of interference fringe closest to the modulation envelope peak and are affected by parameters such as the light source spectrum, the spectral emission of the optical components, the surface roughness, the NA of the objectives, and the spectral response of the image sensor array. Since the new modifications to the Linnik, a new camera had been purchased, consisting of the Photonfocus model: MV1-D2048-96-G2, having a sensor with 2048 x 2048 pixels and digitized to 8 bits at the rate of 22 frames/s. This camera is based on a CMOS image sensor optimized for low light conditions. New interface software dedicated to this Linnik setup was also developed by Audrey LEONG-HOI (PhD in 2016) based on the "CSI-2015" LabView programme which had a new improved user interface including choices for each microscope, camera, piezo and interference objectives.

Immersion linnik head and water compensation

The last step of the modification of the Linnik system was to adapt it for use in water. This subsection will describe the modifications carried out and the details of the results.

Instrumentation modification

The experimental setup of the microscope with the water-immersion Linnik head is represented schematically in Figure 53. A water-immersion objective and a reference mirror are placed in the reference beam arm while the other water-immersion objective and sample are placed in the object beam arm. The sample to be measured is placed in a container filled with distilled water.

Figure 53. Experimental arrangement of water-immersion Linnik head. BS, beam splitter (broadband, nonpolarizing); MO, microscope objective (water immersion); RM, reference mirror (80% reflectivity); PZT, piezo translation.

Compensation in mirror arm

The immersion Linnik configuration ideally uses water as the medium in the reference arm, to match the optical properties of the sample arm with the sample objective being immersed in water which has a refractive index of n = 1.3325. But since in most Linnik designs the reference arm is mounted horizontally, this makes the use of water mechanically tricky. It is not easy to setup water in the reference arm because of its horizontal position. One solution is to put the reference objective in a miniature reservoir, such as that developed by J. Ogien [START_REF] Ogien | Développement de systèmes de microscopir par cohérence optique pour l'imagerie de la peau[END_REF] by designing and making a cylindrical reservoir that is fixed to the horizontal reference objective. While this has demonstrated good results for imaging in skin, it has the inconvenience of water leakage.

Another way of compensating the reference path is by using a glass plate [START_REF] Oh | Ultrahigh-resolution full-field optical coherence microscopy using InGaAs camera[END_REF][90] in the reference arm instead of water, which enhances the visibility of the interferogram, but still introduces a slight dispersion mismatch. Yet another way is to use an objective with a correction collar to compensate for a range of OPL's (Figure 54) that is normally used to correct for spherical aberration due to the presence of a cover slip.

Figure 54. The schematic of how a correction collar works [START_REF] Ross | Microscopy: Correcting for Spherical Aberration with a Correction Collar[END_REF].

In this work we have investigated alternative solutions based on non-liquid elastic polymers placed between the end of the reference objective and the reference mirror. Two types of polymers were tested. The first one consists of adapted sodium polyacrylate (SPA) beads, with a refractive index very close to that of water and the second consists of polydimethylsiloxane (PDMS) slabs with a refractive index in the range of 1.335 to 1.400. The measurement values of refractive index of sodium polyacrilate and polydimethylsiloxane were measured manually using an Abberefractometer (the test procedure is attached in Annex 6. The procedure of Abberefractometer, giving values of 1.335 and 1.401 respectively.

Sodium Polyacrilate (SPA)

Sodium polyacrilate, known as "water lock" and "water beads", is a polymer that has the remarkable ability to absorb as much as 200 to 300 times it's mass in water, although they have a certain fragility due to being made mainly of water. These beads, shown in Figure 55 are commonly used in different fields such as in health care (sanitary towels, paper diaper, medical bandage), industry or agronomy for retaining moisture in cultures in dry regions or in potted plants. In our application, SPA can be used as a substitute for water in both arms or only in the reference arm, as shown in Figure 56. As far as we know, this type of path length compensation for interference microscopy has not yet been reported in the literature. In practice, a 8-mm-diameter SPA bead is placed between the reference mirror and the objective after being cut to the of the working distance of the objective used (3.5 mm and 3.3 mm respectively for the 20 and 40 objectives). The advantages of using SPA are its ease of use and application in the reference arm, its ability to provide a refractive index close to that of water and the stability in its form at a maximum temperature of 25°C [START_REF] Medina-Torres | Rheology of sodium polyacrylate as an emulsifier employed in cosmetic emulsions[END_REF]. The only inconvenience in using this material is the bead needing to be changed after a few hours or days because of water evaporation.

Optics with spherical aberration

Optics with spherical aberration corrected

Polydimethylsiloxane (PDMS)

The second polymer material studied is PDMS, a Si based organic polymer made of a group of polymeric organosilicon compounds with a refractive index between 1.400 -1.405. Also known as dimethicone, this polymer is optically transparent, inert and nontoxic. The main advantages of using this material in our application are its viscoelasticity, enough flexibility to manipulate across macroscopic scales, biocompatibility, high chemical inertness, optical transparency, and being stable at room temperature.

Unlike SPA, PDMS requires several steps of preparation before it can be used as a compensator in the reference arm. It is necessary to design the PDMS slab with the correct size so that it is suitable for the variation in working distance of each objective (a) (b) magnification. We therefore made the first design of PDMS mold out of Teflon for forming the PDMS as shown in Figure 57. Then an improved second mold (Figure 58) was made with a glass plate forming the base of the mold during molding of the PDMS compound o give a flatter surface. One of the requirements that needs to be considered in the preparation of the PDMS slab as a medium is that it should present an optically flat, smooth and transparent surface without marks or scratches. Furthermore, the PDMS slab should have a sufficient elasticity in order to avoid the possibility of excessive pressure on the optical components when performing the measurements. A degassing process was employed to remove bubbles after well mixing the components, before pouring the mixture into the mold, curing with an oven and drying at room temperature.

Bluesil RTV 141 was used to make the PDMS by mixing the two components. Both the PDMS base and catalyst or curing agent are scaled with a certain mass ratio. Using a different lot of catalyst/ hardener agent may affect the properties of the product, especially concerning its elasticity. Obtaining the sufficient or proper elasticity is the main aim of this PDMS experiment so that it could be applied safely on to the objective or mirror. It took several trial and error experiments of mixture composition. After performing experimental tests with different concentrations, we obtained a ratio with a satisfactory elasticity of PDMS of 25 : 1 for the PDMS base to catalyst, compared with Initial tests of these PDMS slabs were carried out by placing them in the object arm on the sample to replace the water medium. The results in Figure 60 show the variation in focusing of an aluminium layer on silicon sample demonstrating that object will be obtained using a proper elasticity of PDMS slab As with the SPA polymer bubbles, the PDMS polymer slabs can then be used as a compensator in the reference arm. Having a non-liquid form, both of them can easily be placed in a vertical position between the reference objective and the reference mirror. However, for long term utilization, the PDMS should be stored at a temperature of less than 20 o C so as not to become too hard (the result of experimental observation), making it unsuitable for use in the reference arm.

First measurement with immersion Linnik setup

The first measurements made with the polymer compensated immersion system are now presented in this section. While the first results showed degraded image contrast and resolution due to the optical aberrations not being well corrected, further results showed

(a) (b) (c) 
improvements in the measurement quality by adjusting the optical path length (OPL) to best fit the experimental design and using water-immersion objectives in both interference arms.

Measurements with no reference arm compensation

The results of some of the first measurements performed using the water immersion Linnik head are now presented. For these experiments, measurements of an Al step on Si in air are compared with those made in water. In the first experiment with the waterimmersion Linnik system, the objective scanned over the whole depth of the sample first placed in air and then in water. The images of fringes, raw signal, and envelope interferogram with red LED obtained are respectively shown in Figure 61 to Figure 63 using the 20 objective and in Figure 64 to Figure 66 using the 40 objective. As expected, the images of the sample are much sharper by observing it in water than in air. The fringes are also of much higher contrast in water. The results of the images made in water (Figure 61 and Figure 64) show fringes with higher contrast and images of the sample that are sharper than those made in air. The comparisons of the raw fringe signals (Figure 62 and Figure 65) and the fringe envelopes (Figure 63 and Figure 66) also show the improvement. These results confirm the correct functioning of the immersion objectives in water which reduce the effects of aberrations when imaging in air.

Continuing results of image processing on Al step on Si, the 3D results of measurements in air and water on the Al step on Si are shown in Figure 67 for the 20 objective and in Figure 68 for the 40 objective. These results show lower values of measured roughness in the 3D images from the measurements in water compared with those made in air due to the improvement in fringe contrast and sharper image details in water. Concerning the height measurements of the steps (∆Z), these can also be determined from Figure 69 and Figure 70. For the 20 objective, ∆Z is 2.71 µm in air and 2.54 µm in water. For the 40 objective the values are respectively 2.49 µm and 2.60 µm.

Measurements made on a different interference microscope (Leitz-Linnik 50 objective in air) show the step height to be 2.5 -2.7 µm, with an average value of 2.6 µm. The measurements made using the immersion objectives are therefore more accurate when measured in water than in air. 

Measurements with reference arm compensation

As reported previously in section 3.3.3.2, the advantages and disadvantages of the experimental preparation using SPA and PDMS have been described. In this section, we present the measurement results using these elastic polymers for measuring the samples in water. The polymer is placed between the reference mirror and the reference objective. Figure 71 shows the reference objective focused on the reference mirror using each polymer with the 20 objective, scratches and marks on the reference mirror being visible that help in focusing the reference objective. It can be seen that the SPA polymer gives a sharper image of the reference mirror than that using the PDMS slab. This may be due to an inaccuracy in the PDMS thickness or to the polymer being slightly translucent and diffusing the light. In the case of using the SPA, it is not necessary to cut it with such a high accuracy of thickness. On the other hand, SPA will break due to the pressure between the objective and reference mirror if it is too thick. To test the use of the polymers in the reference arm, measurements were made on a silicon sample having a series of numbered etched squares of different sizes. This sample consisting of a silicon wafer with a pattern made by marking with a fractal, multi-scale photolithographic mask and etching.

However, these two polymers are able to provide the surface profiling results as shown in Figure 72 and Figure 73. These results show that the measurements using SPA for reference arm compensation are more accurate and less noisy than those using PDMS compensation.

(a) (b ) As previously stated, utilization of SPA might be crushed by pressure when putting and adjusting it between the reference mirror and reference objective in the reference arm, so as it should be careful in the adjustment process. Moreover, the water bead must be removed after the experiment when it is no longer used in the same day. Otherwise its size will shrink, dry up and harden over time and temperature. The hardened water bead will stick to the mirror and probably cause damage to the mirror when forcibly removed. The result of these experiments is that the use of SPA in the reference arm provides a convenient solution for path length compensation. Compared to PDMS, SPA is able to provide better fringe contrast and better profiling results. In addition, it is easy to obtain and is quicker for finding the focus of the reference objective. In contrast, while sturdier than SPA, the use of PDMS leads to a degradation in the quality of the results (Figure 73), which requires further studies to see if it could provide a satisfactory solution.

The first results of measurements without reference arm compensation and with compensation have been presented. The first results without compensation were carried out by comparing the measurements of the edge of an aluminium layer on Si using immersion objectives in water and in air. The results of measurements on the same sample and on etched squares in Si with compensation were than carried out using SPA and PDMS. Both elastic polymers provide compensation of water in the reference arm, but the first results show that the SPA provides better results than the PDMS.

Linnik using motor in mirror arm

In the previous Fogale system, adjustment of the displacement of the reference mirror arm in order to reach zero OPD with the sample arm was conducted by using a manual linear stage. This manual adjustment takes a certain amount of dexterity and time to first find the fringes. Once the fringes are found, the process of optimization is fairly straightforward. Marking the position of the linear stage for zero OPD and the obtaining of fringes makes it easier to subsequently find the fringes.

To overcome this problem, replacement with a motorized linear stage controlled by an algorithm with the computer would allow to facilitate searching the fringe position (zero OPD) by controlling the motor motion. This section describes the installation of a motorized stage in the reference arm for automatic path length adjustment. Details of the control added to the software are also presented for controlling the motor motion.

Introduction

The stage chosen is made of steel (model MFA-PP from Newport, data sheet is in Annex 7) and has a precision of 0.1 µm minimum incremental motion and excellent stability and stiffness. Its 25 mm travel range is more than enough to adjust the displacement. Other features are 0.3 mm/s maximum speed, 50 N load capacity, a backlash compensated leadscrew of drive mechanism, and equipped with micro step driver (1 full step = 0.485µm). The movement of the motor is controlled by an NSC200 controller, with 0.1 µm minimum incremental motion and 0.33 mm/s maximum speed. Figure 77 shows the installation of the motorized stage on the reference arm.

Description of motor control software

Figure 78 shows the user interface and Figure 79 shows the flow-work of it. The difficulty of finding the fringe position is micrometer-scaled shifting on reference arm. The utilization of stepper motor provides ease in moving the reference arm to find the fringes. An interface software under LabView (Figure 78) was created for controlling the movement of the stepper motor. The resolution of shifting is 0.0001 µm. The speed of movement can be configured according to setting requirement in range of 0.1 -0.00001 µm. To control the motor driver, LabVIEW carries out the workflow that is shown in Figure 79. The initialization of the motor detects the motor driver and moves it to the home position. Then the motor can be manually adjusted to move the stage to the predicted fringe position. The features of the interface provide fast and slow shifting for movements to the left and right directions. 

Measurement tests of the motorised stage

To test the microscope after installing the stepper motor, some measurements were performed. The results in Figure 80 show one of the measurements of a sample of etched Silicon (grating pattern) in water using the white light LED, the 20 immersion Linnik, and scanning images captured by the CMOS camera (Photonfocus). The results showed that the stability of the microscope after installing the stepper motor was sufficient for performing measurements and remained as in the previous conditions with the manual positioner.

Comparison of measurements using waterimmersion Linnik Fogale and other microscopes

In this section, we compare the measurements of different samples made on the immersion Linnik Fogale system (´20 immersion, white LED light, in water) and those made on other microscopes in air: a commercial Zygo interference microscope ( 50 Mirau, in air), AFM in air and the Leitz-Linnik microscope. The specification of these microscopes are shown in Table 11 [START_REF] Montgomery | Implementation of a fringe visibility based algorithm in coherence scanning interferometry for surface roughness measurement[END_REF]. SPA and water are the media used in the reference arm and sample arm respectively. The results are first presented and then discussed in section 3.5.

Table 11. Specification of the comparative microscopes Two types of samples were used to test the new water immersion Linnik system. The first was an etched silicon wafer [START_REF] Guellil | Comparison of areal measurements of the same zone of etched Si and hydroxyapatite layers on etched Si using different profiling techniques[END_REF] with some patterns made using a mask with UV photolithography and RIE etching. The second was a colloidal sample of alumina consisting of a chemical compound of aluminum oxide (Al2O3). The alumina compound was mixed in water and placed on the surface of a glass plate, and then allowed to dry. Different alumina concentrates i.e. 1 g/l, 2.9 g/l, and 14 g/l, were made to observe the distribution of alumina in suspension and the size of the alumina aggregates.

Etched Silicon samples 1. Patterned etched silicon wafer hole area-1 [START_REF] Guellil | Comparison of areal measurements of the same zone of etched Si and hydroxyapatite layers on etched Si using different profiling techniques[END_REF] Figure 81 shows the results of measurement of the pattern of squares etched in silicon with the similar range for or all microscopes while Table 12 shows the measurement values of the three microscopes. The width and depth of the valley are around 18 µm and 2.8 µm for all microscopes in the same area of the sample surface. Figure 82 shows the results of measurement with the similar range for all microscopes while Table 13 shows the measurement values of the three microscopes. The width and depth of the valley for hole area-2 and hole area-3 are around 12 µm and 2.75 µm and 8 µm and 2.2 µm for all microscopes in the same area of the sample surface. The raw signal and the envelope interferogram images are shown in Figure 83. 

Patterned etched Silicon

Figure 84 shows the results of measurement of patterned etched silicon with the similar range for or all microscopes while Table 14 shows the measurement values of the four microscopes. The width and depth of the oval hole are around 12 µm and 2 µm for all microscopes in the same area of the sample surface. 

Patterned etched Silicon (grating)

Figure 85 shows the results of measurement of the etched silicon grating with the similar range for or all microscopes while Table 15 shows the measurement values of the four microscopes. The pitch and depth valley of grating are around 10 µm and 2 µm for all microscopes in the same area of the sample surface. 

Al on Si, 2 µm in step height

Figure 86 shows the results of measurements on the 2 µm high Al step on silicon with the similar range for or both microscopes while Table 16 shows the measurement values of the four microscopes. The step height Aluminum on Silicon is around 2 µm for both microscopes in the same area of the sample surface. 

Discussion of measurement results

This section presents the analysis of the previous measurements and some of the problems found in some of the measurements during and after the modification. It will be described in several parts.

Hardware misalignment

For most of the measurement results, the Fogale Linnik immersion system performs very well in comparison to the other microscopy techniques, giving similar widths and depths of the various structures tested. It also shows the improved lateral resolution due to operation in a water medium. Nonetheless, a slight "batwing" effect can be observed on some of the results (Figure 85, second and fourth rows; Figure 86, second row).

A more significant artifact was observable in some of the measurements, particularly on the vertical straight edges ("vertical" meaning as viewed on the page) which appeared to be sloping on one side and not on the other. This can be observed in Figure 85 (second row) for the Fogale immersion Linnik system in water with the 40 objective on the etched squares in silicon, where the line profile clearly shows different slopes. The Zygo and AFM results show similar slopes on each side of the hole. On the contrary, horizontal straight edges ("horizontal" meaning as viewed on the page) do not display this effect.

After visually observing the process of image scanning during capture with the camera, several shifts of visible lateral image could be observed by eye in one direction but not in the other. An etched grating sample was therefore positioned "vertically" and a series of images captured while scanning over a depth of 5 µm. The results are shown in Figure 87. Line profiles from a series of successive images clearly show a lateral displacement of the sample during scanning. These shifts are most likely due to the misalignment of the microscope in one axis in the vertical direction.

Such a misalignment could explain the difficulty in obtaining the best fringe contrast in certain measurements. A first solution was tested, consisting of mounting the sample on a manual goniometric stage, and inkling the sample in one direction. New measurements of the fringe intensity showed more easily obtainable fringes and an improvement in the fringe contrast. In a first instance, fixing the misalignment mechanically was much more difficult to implement. Another solution was to correct the image positions in one direction after image acquisition. This first required measuring the image shift as a function of axial displacement. A flowchart for illustrating the procedure is shown in Figure 88. The software of "Image displacement analysis for CSI scanning" was developed in Matlab to correct those images, as shown in Figure 89. 

Description of correction treatment

In order to see if the error in image shift could be reduced using certain adjustments, three possible cases were studied (detailed in Figure 90):

Case-1. Using only the reference mirror angle adjustment, without the manual goniometric stage.

Case-2. Using only the adjustment of the manual goniometric stage.

Case-3. Using the adjustment of both the reference mirror angle adjustment and the manual goniometric stage. To study the three cases and influence on image shift during the piezo scanning over the depth of sample, different dynamic scan ranges were tested, together with different piezo step heights objective magnifications. After studying these three cases, the shifts were still observable. Nonetheless, while in case-1, it was difficult and took time to obtain the best fringe contrast by adjusting the mirror, in case-2 and case-3, it was found to be easier.

The steps carried out are as follows:

1. Investigating the displacement over whole images.

A spatial correlation technique is used to measure the amount of lag spatially between two signals for each scanned image. This technique is implemented in three cases for different values of the dynamic scan range, the step height of the scanning and the objective magnification in order to obtain each displacement function, an example of which is shown in Figure 93. Using this technique, the image shifting could only be detected by units of 1 pixel of displacement over several images, resulting in a displacement of around 0.15 -0.2 pixels per image. This is the reason why from image 1 to 18 for example in Figure 91, the shift is not detected due to the incapacity to detect fractions of a pixel. A resizing technique then should be used to improve the detection of the image shift.

Improving the detection of displacement by resampling the image

Enhancing the image by pixel resampling, so as to increase the number of and the size of the image as shown in Figure 92 is obtained by using a cubic kernel interpolation in order to be able to detect the displacement in the up-scaled images. The displacement results shown in Figure 93 demonstrate that in each case the image shift shows a similar trend and displacement range. 17. In addition, for a short dynamic range (2.5 µm), shown in Figure 94, the lateral image shift using the 20 immersion objective is Dx= 0.038 µm while the total shift is Dx= 1.587 µm or 5-6 pixels. One pixel-x is equal to 0.026935 µm. Then, to check the trend of the shift based on the length variation of the dynamic range, Figure 95 confirms the continuity trend of the shift with a variation in the value of the dynamic range. A study of the trend in image shift was also made for different step heights over the same dynamic range as shown in Figure 96. It can be seen that the total shift from these two tests is similar at 1.5 µm. Similar measurements of the lateral image shift were also made along the y-axis. The results in Figure 97 show that the lateral image shift is less than 0.25 µm so that it can be neglected. 

Image correction

The image correction technique was implemented on the whole set of resized images in order to correct the position of the details in each image based on the second procedure. This assumes that the images are spatially periodic.

Back to original size (second resizing)

After the correction process of the image position, the second resizing is performed to return them to their original size. A comparison of the corrected image (part of Result_2 in Figure 88) with the original image (part of Result_1 in Figure 88) is shown in Figure 98. Finally, we can make the following important observations:

1) In all the measurement cases, it is clear that adjusting the reference mirror and goniometric stage do not significantly affect the value and trend of the lateral image shift during axial scanning.

2) For each case of different dynamic range, objective magnification, and the step height value (dZ), the shift of lateral image is similar for the x-axis.

3) There is no lateral image shift along the y-axis.

We can conclude from those observations that the lateral image shift along the x-axis is most likely caused by the vertical alignment of the microscope on the vertical optical bench and not by the piezo translation or the adjustment components.

Precise measurements can often be worsened due to mechanical movements involved in the measurement. In the case of this immerson Linnik microscope, a vertical misalignment of the microscope has been detected along the x-axis, resulting in the horizontal shifting of images during the axial scanning process. The results of this misalignment lead to a lack of the measurement accuracy in the 3D shape of surface structures perpendicular to the x-axis. To increase the measurement accuracy, a crosscorrelation strategy has been applied to detect the image shift error. The acquired image stack is then corrected at the same image detail location. The cross-correlation allows the lateral shift to be measured between successive images and help to restore the images to the same location. The first image in the stack is used as the reference image. The advantage of this technique is a minimizing of the image alignment and improving the measurement accuracy by software processing.

Resolution limit and loss in resolution

The immersion Fogale microscope has red and white light LEDs available as the light sources depending on the used technique and the surface height. The centre wavelengths of the red and white light LEDs are 640 nm and 620 nm respectively. The numerical aperture (NA) of the immersion objectives are 0.5 for the 20 objective 0.8 for the 40 objective.

Theoretically, the maximum lateral resolutions (discussed in sub-section 1.3) of the immersion Fogale microscope according to the Rayleigh criterion (rR= 0.61l/NA) are 0.78 µm and 0.49 µm for the 20 and 40 immersion objective respectively with red LED and are 0.76 µm and 0.47 µm for the 20 and 40 immersion objective respectively with white light LED. While the experimental resolutions measured using the RS-N standard calibration of SiMETRICS are 1.2 µm and 0.8 µm respectively with red LED.

Experimental resolution

A calibrated resolution standard type RS-N from SiMETRICS GmbH, as shown in Figure 99, was used to validate the microscope performance and to test the measurement resolution. This standard has a size of 10 mm x 10 mm and consists of a series of square gratings with different pitches etched in a Si wafer to depths between 140 nm to 190 nm depending on the pitch. The PSM technique was used to measure all the gratings using the red LED. Figure 100 shows the measurements using the 40 water immersion Linnik Fogale where the smallest periodic grating that could be seen is 0.8 µm. Hence, the experimental lateral resolution for 40 immersion Linnik is 0.8 µm. The reduced experimental resolution of 0.8 µm compared with the theoretical value of 0.47 µm might be caused by several reasons:

1) optical aberrations

2) the diameter of the light source being such that the light rays do not fill the entrance pupil of the objective 3) a difference in focus positions of the two objectives on the reference mirror and sample so that the angles of the incident beams and reflected beams are not the same.

Conclusion

This third chapter has presented the work carried out to modify the Fogale microscope for working in the immersion Linnik configuration. The main challenges of this arrangement have been overcome, namely balancing the dispersion mismatch on both arms and finding the fringes at zero OPD by motorised adjustment of the reference arms.

In the system used, the reference mirror arm is mounted horizontally, making liquid immersion tricky. In this work, we have investigated alternative solutions based on nonliquid elastic polymers placed between the end of the objective and the reference mirror using sodium polyacrylate (SPA) beads and PDMS (polydimethylsiloxane) slabs, with a refractive index very close to that of water. The results of the performance tests of the modified system have been presented and demonstrated. The new design provides a Distance (µm)

workable system that is ready for the future study of colloidal and other samples directly in water.

Future modifications could be performed to improve even further certain aspects, such as for example using automatic fringe detection in the motorised reference arm. Another improvement would be the use of a micrometer-scale controller on the mechanical holder on the tube of reference objective for focusing. 

Résumé du chapitre 3

Introduction

Conventional optical microscopy has a theoretical resolution restricted by the diffraction limit to approximately 200 nm in the visible spectrum because of the loss of evanescent waves in the far field [109][110]. The conventional optical microscope has a limited magnification due to the effects of diffraction.

The concept of diffraction-limited resolution plays an extremely important role in microscopy. The diffraction effects degrade the image formed in the far-field. For twopoint objects of equal intensity to be considered resolved, the minimum separation distance is, r = kλ/nsinθ, where k = 0.473, 0.5, and 0.61, as defined by Sparrow, Abbe, and Rayleigh, respectively, λ is the illumination wavelength, n is the refractive index of the object-space, and θ is the half-angle of the objective's acceptance cone [START_REF] Allen | Overcoming the diffraction limit of imaging nanoplasmonic arrays by microspheres and microfibers[END_REF].

The development of new techniques for imaging with a sub-diffraction-limit is of growing importance in the fields of biomedical imaging and nanoscience. The advantage of the optical diffraction limit is that it can be used in metamaterial-based perfect lenses. These operate in the near-field wave situation and the far-field wave of the plane [112][113].

The techniques of detection of the optical near-fields or using strong non-linear effects are some of the new physical principle to increase the resolution beyond the diffraction limit [114][115]. The demonstration of sub-diffraction-limited imaging with a magnifying optical hyperlens based on curved metamaterial can be used for conventional optical microscope observation. In 2007 Y.Xiong [START_REF] Xiong | Far-field superlens imaging at visible wavelengths[END_REF] reported that 2D sub-diffraction-limited images can be reconstructed theoretically by a material far-field super lens (FSL) made of a silver slab and a 1D subwavelength grating. The silver slab enhances the evanescent waves while the subwavelength grating converts the enhanced evanescent waves into the propagating waves so that the high spatial frequency information can be collected in the far field, and the sub-diffraction-limited images can be consequently reconstructed.

Recently, microsphere-assisted microscopy has been introduced and has stimulated much research due to its capability to surpass the diffraction limit [116][110]. Using this imaging technique with a sub-diffraction-limited spatial resolution, itis able to resolve the features of an object smaller than λ/2 [START_REF] Yao | Role of the immersion medium in the microscale spherical lens imaging[END_REF].

Liu et al. resolves the object beyond the diffraction limit in the near field by using nanoscale spherical lenses [START_REF] Liu | Far-Field Optical Hyperlens Magnifying[END_REF]. Furthermore, the optical mask is used for achieving the super field of super-resolution based on super-oscillatory lens discovery [START_REF] Rogers | A super-oscillatory lens optical microscope for subwavelength imaging[END_REF]. Wang et al. carried out magnified virtual and super-resolution imaging using fused silica micro-spheres to obtain a gold-coated anodic aluminum oxide membrane. He used a conventional optical microscope with a claimed resolution of 50 nm [START_REF] Wang | Optical virtual imaging at 50 nm lateral resolution with a whitelight nanoscope[END_REF].

More recently, microspheres have been successfully applied in interference microscopy for the 3D measurement of nanostructures, combining the high axial resolution of interferometry with the improved lateral resolution of microsphere imaging. Wang et al. [START_REF] Wang | Three-dimensional super-resolution morphology by near-field assisted white-light interferometry[END_REF] were the very first to do this with an immersion Linnik configuration, closely followed by Kassamakov et al. with a Mirau configuration in air [START_REF] Kassamakov | 3D Super-Resolution Optical Profiling Using Microsphere Enhanced Mirau Interferometry[END_REF] and our team, IPP, with a Linnik in air [START_REF] Montgomery | 3D nano surface profilometry by combining the photonic nanojet with interferometry[END_REF] [124] using glass microspheres. IPP has also studied the imaging performance of these superresolution techniques using microsphere-assisted 2D imaging with low-coherence phase-shifting interference microscopy technique by numerical simulation [START_REF] Perrin | Microsphere-assisted phase-shifting profilometry[END_REF].

The system used in IPP team is based on a modified Leitz-Linnik interferometric microscope with identical x50 magnification objectives (NA = 0.85) and a PIFOC controlled piezoelectric stage with a capacitive position sensor for Z-scanning of the fringes on the depth of the sample. Between the objective and the piezoelectric table, a glass microsphere is placed on the sample to be observed, as shown in . Images are acquired with a monochrome CMOS camera (Photonfocus MV1-D2048-96-G2) with a Giga Ethernet connection. The measurement system is controlled by a PC with an Intel® Xeon® CPU processor (2.40 GHz, 8 GB RAM) with the Windows 7 operating system (64-bit). The control and analysis software was developed internally in LabVIEW (2014 version, 64-bit, National Instruments) combined with the IMAQ Vision module (Figure 101). The present work is therefore completed with some recent experiments using the modified Fogale immersion Linnik system with microspheres for improved lateral resolution.

Microsphere: definition, utility

Microspheres are small spherical beads particles with diameters in the micrometer range (typically 1 µm to 1000 µm). Microspheres, sometimes referred to as microbeadsparticle, can be manufactured from various natural and synthetic materials such as glass microspheres, polymers microspheres and ceramics microspheres. Microspheres that we use in this work are made of barium titanate.

BaTiO3 microspheres, also known as Barium Titanate Glass microspheres (BTGMS) are optical glass or dielectric ceramic materials based on a large percentage of Barium Oxide (BaO) and Titanium Oxide (TiO2) that have higher refractive index (1.9). They reflect back more light directly to the camera because their high index enables the retroreflective effect for high visibility in dark conditions. These high density solid glass spheres can be used for many scientific applications at a density of 4.5g/cc where high density and optical clarity is needed.

In immersion Linnik Fogale system that operates in water, it is necessary to use microspheres with a refractive index higher than that of water. BTGMS is one of the microspheres that fulfil the specification.

Measurements using microspheres

Some microspheres with diameter ranging from 30-90 µm are placed manually on the sample (Figure 102) using a fine mechanical tip then one microsphere place will be chosen to be used to measure the surface sample covered by the microsphere. The microsphere assisting combined with CSI and or PSM technique based on an immersion Linnik configuration is used for the experimental measurements. The incident beam from the white LED (for CSI technique) or from red LED (for PSM technique) is divided into two by the beam splitter to reference arm and to object arm. In reference arm, the transmitted beam passes through a ×40 or ×20 microscope objective and is then reflected by the reference mirror. While in object arm, the transmitted beam passes through a similar microscope objective and a microsphere, then the microscope objective will collect the virtual image of the sample generated by the microsphere sample water microsphere and beam splitter combines both the beams from object and reference arms.

Different samples are measured with the microsphere-assisted in Fogale immersion Linnik system and compared with measurements from the Zygo, AFM, and Leitz-Linnik microscopes. Some measurements using both techniques of FSA and PSM combined with microsphere-assisted are now carried out as following.

A. CSI technique with microsphere-assisted

The experimental conditions of the immersion system used for this measurement are the same as for the previous measurements in Ch 3: the Photonfocus CMOS camera, the white light LED and immersion objectives (´20 and 40 magnifications). The pattern of etched squares on Silicon sample is re-used to be measured in order to compare the results with and without using the microspheres. In the experiment, the sample is scanned over the depth of the pattern from 2.5 -2.8 µm and using the FSA technique to process the captured scanned images.

-Patterned etched silicon wafer hole area-2

Interferometry scanning is carried out to measure etched Silicon on hole area-2 of the surface of etched Silicon through a 67 µm BTGMS in water. Figure 103 shows the distribution of the microspheres used on the sample surface. In this measurement, one microsphere is chosen (arrow marked), in view of its position over the small squares. Figure 104 shows the results of measurement using a 67 µm and a 64 µm BTGMS using 20 immersion Linnik Fogale microscope while Table 18 shows all the measurement results compared to results in sub-section 3.4. The additional magnifications using a 67 µm and a 64 µm BTGMS are 2.60 and 2.45, respectively. Interferometric scanning was carried out to measure the etched Silicon on hole area-3 of the surface of the etched Silicon through the 67 µm and 61.7 µm BTGMS in water.

Figure 105 shows one microsphere chosen (arrow marked) to see the sample surface. The results of measurements using a 67 µm and a 61.7 µm BTGMS with the 20 immersion Linnik Fogale microscope are shown in Figure 106 while Table 19 shows all measurement results compared to the results in sub-section 3.4. The additional magnifications using a 67 µm and a 61.7 µm BTGMS are 2.27 and 1.97, respectively. Interferometric scanning was carried out to measure the etched Silicon on the oval pattern of the sample surface through 70 µm BTGMS in water. Figure 107 shows one microsphere chosen (square marked) to see the sample surface. Figure 108 shows the results of measurement using a 70 µm BTGMS with the 20 immersion Linnik Fogale microscope while Table 20 shows all measurement results compared to results in sub-section 3.4. The additional magnifications using a 70 µm is 2.98. Interferometric scanning was carried out to measure the etched Silicon oval pattern of the sample surface through 71 µm BTGMS in water. Figure 109 shows one microsphere chosen (arrow marked) to see the sample surface. The results of measurement using a 71 µm BTGMS using 20 immersion Linnik Fogale microscope are shown in Figure 110 while Table 21 shows all measurement results compared to the results in sub-section 3.4. The additional magnification using a 71 µm is 3.01. 

B. PSM technique with microsphere-assisted

The experimental conditions of the immersion system used for this measurement: the Photonfocus CMOS camera, thered LED and the 40 immersion objectives and the measured sample of the standard grating from SiMETRICS. A 5x90° steps is used in this PSM technique.

The results of measurement using a 71 µm BTGMS using 20 immersion Linnik Fogale microscope are shown in Figure 110 while Table 21 shows all measurement results compared to the results in sub-section 3.4. The additional magnification using a 71 µm is 3.01.

Then the results of the grating measurements using the PSM technique with averaging (no phase unwrapping) through 30-45 µm diameter BTGMS microspheres in water are shown in Figure 111 while Figure 112 shows the results of the grating measurements using the PSM technique with averaging (no phase unwrapping) through 75-90 µm diameter BTGMS microspheres. The measurement results are presented in Table 22 and Table 23, respectively. These results show magnifications between 2.52 and 2.76 times introduced by the microspheres and the possibility of resolving the 0.3 µm pitch grating. 

Discussion

We present in this chapter some of the very first results of combining immersion CSI and or PSM assisted with BaTiO3 microspheres using the new Fogale modified system. Without microspheres, the system is only capable of measuring the RS-N standard grating to the limit 0.8 µm (in subsection 3.5.2), but with a 43 µm diameter microsphere, the system is able to measure a pitch of 0.3 µm (Table 21). The lateral measurement is not significantly affected by the diameter of microsphere. Moreover, the measurements of the height or depth of grating are not accurate. The error in this height measurement is possibly due to the difference between the OPD and the value of the real height and/or the resolution limit of the microscope objective [START_REF] Perrin | Microsphere-assisted phase-shifting profilometry[END_REF]. In addition, measurement in water could lead to additional errors.

For the results of microsphere-assisted microscopy with the immersion CSI method, these dielectric microsphere lenses can measure deep etched Si structures by up to 3.01 times of additional magnification (Table 20).

Conclusion

A high-resolution measurement has been performed on some patterns of etched Silicon and standard grating SiMETRICS. The combinations of microsphere-assisted imaging technique with low-coherence scanning interferometry with CSI technique and with low-coherence phase-shifting microscopy have been presented. An experimental system based on an immersion Linnik configuration has demonstrated an improvement by a factor of 4.5 in the lateral resolution in water using white light LED at the effective wavelength 450 nm. Lateral resolution of 1.2 µm and 0.8 at a wavelength of 530 nm has been achieved with microscope objective of 20 (NA=0.5) and 40 (NA=0.8) respectively.

Résumé du chapitre 4

La microscopie optique conventionnelle a une résolution théorique limitée par la diffraction à environ 200 nm dans le spectre visible en raison de la perte d'ondes évanescentes dans le champ lointain. Le grossissement du microscope optique conventionnel est ainsi limité à cause de la diffraction.

Les nouvelles techniques d'imagerie en dessous de la limite de diffraction sont très importantes aujourd'hui, surtout dans les domaines du biomédical et des nanosciences.

Récemment, la microscopie optique assistée par microsphère a été développée en raison de sa capacité à dépasser la limite de diffraction. L'utilisation de cette technique d'imagerie avec une résolution spatiale en dessous de la limite de la diffraction est capable de résoudre les caractéristiques d'un objet de taille inférieure à λ / 2. Liu et al. résout l'objet au-delà de la limite de diffraction dans le champ proche en utilisant des lentilles sphériques à l'échelle nanométrique. Wang et al ont réalisé l'imagerie agrandie virtuelle et super-résolution en utilisant une microsphère de silice fondue pour obtenir une membrane d'oxyde d'aluminium anodique revêtue d'or. Il a utilisé un microscope optique classique avec une résolution citée de 50 nm.

Plus récemment, les microsphères ont été utilisée avec succés dans la microscopie interférentielle pour la mesure 3D des nanostructures, en combinant la résolution axiale élevée de l'interférométrie avec la résolution améliorée de l'imagerie par microsphères. 

CONCLUSION AND PERSPECTIVES Conclusion

Improvements have been made to a commercial Linnik microscope in order to perform measurements in water for studying structures of transparent and non-transparent samples. One of the main goals of the present work is to study pollutants in colloidal layers immersed in liquid. The second reason to work in liquid is to increase the lateral resolution. The challenges to overcome include achieving stability in the complex Linnik design as well as the difficulty of balancing the optical distance of the two arms of the interferometer to obtain the interference fringes. The main problem is the path length compensation in the mirror arm which needs a complex mechanical design to allow a high enough number of degrees of freedom to correct alignment of the optical elements.

The first part of the work carried out over the study period has involved a bibliographic study of interference microscopy and in particular different designs of the Linnik interferometer for use in air and in water. Some bibliographic research has been carried out to find solutions to overcome the challenges and difficulties of the design and modification necessary. Then attention has been paid to adapting the Fogale Linnik microscope. This microscope has undergone several modifications, starting by changing the microscope column for one that is more stable, testing this using a Mirau objective, changing the white light LED and finally carrying out several modifications to the Linnik setup for water-immersion by making some mechanical adaptions and obtaining the correct compensation in the horizontal arm between the reference objective and mirror. Finally, a motorized translation stage has been installed in the reference arm in order to simplify the finding of the white light fringes.

The performance of the system after each modification has been tested by measuring different types of samples and the results were compared with those from other microscopes. By using standard calibration of RS-N SiMETRICS, the experimental resolutions measured are 1.2 µm for the 20 immersion objective and 0.8 µm for the 40 immersion objective.

In this work, we have presented a new measurement system of a water immersion Linnik using elastic polymer path length compensation for 3D profiling of materials and colloidal samples in water. The use of self-supporting SPA and PDMS slabs between the reference mirror and the objective for compensating the optical path difference provide a convenient alternative solution to that of water without the problems of leakage. The first results of the system in measuring etched silicon holes and colloid layers show better image quality for the measurements in water. In addition, a new super-resolution technique has been tested, namely using barium titanate microspheres to increase the lateral resolution. This opens the possibility of characterizing chemical 123 and biological phenomena in liquid at high resolution using an optical non-contacting and non-invasive technique.

Perspectives

-The immersion Linnik Fogale system opens the possibility of characterizing chemical and biological phenomena in liquid at high resolution using an optical non-contacting and non-invasive technique.

-The future modifications could be performed to improve even further certain aspects: using automatic fringe detection in the motorised reference arm, using a precision motorised control of the mechanical holder on the reference objective tube for focusing, etc. -In future, carry out an experimental simulation of the optical polymer to improve the resolution by observing the aberration and other factors of resolution loss.

-The experiment of microsphere assisted in interferometry introduce the utilization of combination of local spectroscopy with CSI in liquid to measure the transparent materials, sample based solution, etc.

Husneni MUKHTAR

Development of compensated immersion 3D optical profiler based on interferometry

Résumé en française La CSI (Coherence Scanning Interferometry) ou la WLSI (White Light Scanning Interferometry) est une technique d'imagerie optique bien établie pour mesurer la rugosité de surface et la forme des surfaces microscopiques [START_REF] Schmit | Performance advances in interferometric optical profilers for imaging and testing[END_REF]. Les avantages sont la sensibilité axiale nanométrique, un large champ de vision (des centaines de µm à plusieurs mm) et la vitesse de mesure (quelques secondes à quelques minutes).

La technique est basée sur l'interférométrie optique avec une configuration de Linnik très difficile à ajuster mais elle présente plusieurs avantages: des objectifs d'ouverture numérique plus élevés pour améliorer la résolution spatiale; longue distance de travail, car il n'y a aucun besoin de l'un des composants devant l'objectif; une configuration de mode de lumière polarisée; franges contrastées en raison de la possibilité de modifier les voies optiques et les intensités des deux bras indépendamment. Alors que l'utilisation d'un objectif d'immersion dans l'eau présente les avantages suivants: éviter les problèmes liés à l'ajustement entre la formation des franges et le plan de formation de l'image; et pour minimiser la différence de dispersion entre les bras de l'interféromètre.

Afin de pouvoir mesurer en mode eau et d'obtenir des échantillons à haute résolution latérale de types chimiques et biologiques, plusieurs défis doivent être surmontés tels que l'équilibrage de l'OPD sur les deux bras; trouver et ajuster les bonnes franges de contraste; trouver et adapter une compensation adéquate de l'eau dans le bras de référence horizontal pour faire fonctionner un système dans l'eau.

Mot-clés: CSI, WLSI, Linnik, interférométrie, immersion compensée, polymère élastique, SPA, PDMS.
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Figure 6 .

 6 Figure 6. Schematic of variations of detection systems [21].

Figure 8 .

 8 Figure 8. Illustration of high speed atomic force microscopy head integrated with OBD system [29].

  The cell is formed by a glass plate at the top, and a rubber diaphragm at the bottom. The top and bottom of the cell are sealed, and the liquid is introduced into the cell. The open and closed cells are illustrated in 10 (a) and (b) in respectively.

Figure 9 .

 9 Figure 9. Illustration of two designs of immersion AFM in open (a) and closed (b) liquid cells [41].

Figure 10 .

 10 Figure 10. Simplified schematic of a confocal scanning optical microscope showing the sample (a) in the focal plane of the objective and (b) out of focus. (c) The schematic of chromatic confocal microscopy [1][9].

Figure 11 .

 11 Figure 11. White light interferograms for a spherical object as obtained for a few positions of the objective during an axial scan[START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF].

Figure 12 .

 12 Figure 12. The objective setups of (a) Michelson and (b) Mirau: MO (microscope objective), RM (reference mirror), BS (beam splitter).

Figure 13 .

 13 Figure 13. (a) IMI system (b) Layout of SIMI system with two-camera arrangement.

Figure 14 .

 14 Figure 14. Principle of digital holographic microscopy [50].

23 Figure 15 .

 2315 photon noise

  If we consider the example of Figure17, four images are recorded respectively during the integration time 𝜏 V = 0 , 𝜏 ;

Figure 18 .

 18 Figure 18. An interferogram on a surface using CSI.

Figure 19 .

 19 Figure 19. Z-scan technique.

  Z--scan by choosing pixel XYZ image stack

Figure 20 .

 20 Figure 20. A circular aperture of Airy pattern in central Airy disk.

Figure 22 .

 22 Figure 22. Linnik configuration in air.

Figure 23 .

 23 Figure 23. Configuration of a Linnik water-immersion objective.

Figure 26 .

 26 Figure 26. General scheme of a high precision Linnik interferometer. working distance (WD), the axial objective lens distance (OLD)[START_REF] Niehues | Low coherent Linnik interferometer optimized for use in Nano Measuring Machines[END_REF].

Figure 27 .

 27 Figure 27. Schematic of Linnik setup. ND, neutral density filter; GP, glass plate; DAQ, data acquisition board in computer [89].

Figure 28 .

 28 Figure 28. The system of Leitz-Linnik microscope developed at ICube [92].

Figure 29 .

 29 Figure 29. Illustration of combining CSI technique and ATR-FTIR.

Figure 30 . 1 . 2 .

 3012 Figure 30. Details of the initial Fogale Nanotech microscope in 2014 showing (a) the microscope mounted on old optical benches on the vibration isolated table and (b) the previous Linnik immersion head [94] with (1) LED light source, (2) beam splitter, (3) reference mirror assembly consisting of an adapted Mirau mechanism, (4) orientation adjustment and (5) the immersion objectives.The details of the different components used in the initial Fogale microscope design are as follows:

Figure 31 .

 31 Figure 31. Details of the previous immersion head for the in situ characterization of the growth of HA layers in SBF solution, showing (a) the schematic layout, (b) the immersion head immersed in SBF solution and (c)the inside of the Teflon bath with the immersion objective, the water and the observation window [94].

Figure 32 .

 32 Figure 32. Interface software "FringeSurf 3D 2.1" for measuring the surface roughness (2013).

Figure 33 .

 33 Figure 33. The first step of the modifications from (a) the initial Fogale Linnik microcope design on the old steel optical bench column (1) to (b) the Mirau objective setup on the new aluminium optical bench column (1) and the head (2). The tip/tilt mechanism is indicated at (3).

Figure 35 .

 35 Figure 35. The first fringes were found for testing the Mirau Fogale using the red LED. The contrast and spacing are changed by using the adjustment screws in the Mirau mechanism.

Figure 36 .

 36 Figure 36. The altitude and 3D images of DOE using the 10 Mirau Fogale head with the red LED, leff = 640 nm, dynamic range 15 µm, and step height 0.078 µm [4415].

Figure 37 .

 37 Figure 37. Line profile of the measured area of DoE using the 10 Mirau Fogale head with the red LED, leff = 640 nm, dynamic range 15 µm, and step height 0.078 µm [4415].

Figure 38 .

 38 Figure 38. The altitude and 3D images of C-S-H colloid using the 10 Mirau objective and the Fogale head with the red LED [4433].

Figure 39 .

 39 Figure 39. Line profile of the measured area of C-S-H colloid on the line using 10 Mirau Fogale head with the red LED [4433].

Figure 40 .

 40 Figure 40. Illustration of the modification of the Linnik head. The tip/tilt and centering mechanism (1) is moved from the object to the reference arm and the beam stopper (2) and 8 mm-thick ring (3) are moved from the reference arm to the object arm. An adaptor tube (4) is used to mount the Mirau mirror mechanism on the reference arm. An adapted back plate (5) and an adapted cube holder (6) are installed on the rear side of the Linnik head mounted on the microscope.

Figure 41 .

 41 Figure 41. The objective tip/tilt and centering mechanism. The screws marked by red circles are used to change the angle of the objective in order to change the fringe orientation separation.

Figure 42 .

 42 Figure 42. Adjustment control in reference arm.

Figure 43 .

 43 Figure 43. First fringes found by 20 (immersion objectives) Linnik Fogale in air with red LED (left) and white LED (right) illumination.

Figure 44 .

 44 Figure 44. The asymmetrical envelope of an interferogram using the original white LED LXHL-MW1D.

Figure 45 .Figure 46 .

 4546 Figure 45. The measured spectrum of the original phosphor-based white LED LXHL-MW1D of the initial Fogale microscope.

  [START_REF] Heikkinen | Improved interferogram for stroboscopic scanning white light interferometry performed at 2.72 MHz[END_REF] and by A. Dubois[START_REF] Ogien | Développement de systèmes de microscopir par cohérence optique pour l'imagerie de la peau[END_REF][START_REF] Ogien | High-resolution full-field optical coherence microscopy using a broadband light-emitting diode[END_REF]. A. Dubois et al. demonstrated that both light sources of halogen and LED provide identical performance in terms of spatial resolution and detection sensitivity, and they declared that LED could favorably replace the halogen lamp due to the advantages of LEDs. I. Kassamakov et al. improved the sidelobe-frequency of a stroboscopic white light interfererometer by choosing two nonphosphor LEDs emitting visible light with different wavelengths to balance the spectrum.

Figure 47 .

 47 Figure 47. Three dominant ways to produce white light based on LEDs [102].

Figure 48 .

 48 Figure 48. Several ways to generate white light based on LEDs implemented with di-, tri-, and tetra chromatic white sources [103].

Figure 49 .

 49 Figure 49. Spectral power distributions of several types of LEDs.

Figure 50 .

 50 Figure 50. Comparison of the spectrum of ideal sunlight with two LED-based white-light sources.

Figure 51 .

 51 Figure 51. Spectral power distributions of early phosphor-based white LEDs (left), and white LEDs using more developed phosphors (right, in 2003) with increased output between 600 and 650 nanometers.

Figure 52 .

 52 Figure 52. Interface software "CSI-2015" for measure the surface roughness on the Linnik Fogale microscope.

  Selecting microscope, objective and camera; (ii) Setting of optical parameters (DR, dZ, lambda, etc); (iii) Image processing CPM and PSM; (iv) Tools of treatment (filtering, tilting, arithmetic, etc) and analyse (line profile); (v)Grab and scanning image

Figure 55 .

 55 Figure 55. Samples of water retaining SPA polymers in the bubble shape.

Figure 56 .

 56 Figure 56. Use of SPA beads in the mirror arm (a) and in the object arm (b).

Figure 57 .

 57 Figure 57. Design (right) and mold plate (left) for making PDMS slabs in various heights to suit the working distance of the objective.

Figure 58 .

 58 Figure 58. (a) An second improved mold design of PDMS made of Teflon with a glass plate forming the base of the mold, (b) PDMS contacts with reference mirror.

  2.9 ; h b = 3.0 ; h c = 3.1 h d = 3.2 ; h e = 3.3 ; h f = 3.4 h g = 3.5 ; h b = 3.6 ; h i = 3ratio of 10 : 1. Some examples of molded PDMS slabs are shown in Figure 59.

Figure 59 .

 59 Figure 59. Some PDMS slabs.

Figure 60 .

 60 Figure 60. Difference focus positions of an aluminium layer on silicon sample placed under the sample objective with the thickness of PDMS slabs of (a) 3.4 mm, (b) 3.5 mm and 3.6mm; using 20 immersion objective with a working distance of 3.6 mm. The best focus is (b).

Figure 61 .

 61 Figure 61. Comparison of fringe images of Al step on Si using red LED, 20 immersion Linnik objectives in (a) air (0.05 step height, 26 dynamic range, 𝜆 Ÿ = 640 nm, 4579); and (b) water (0.05 step height, 25 dynamic range, 𝜆 Ÿ = 640 nm, [4580]).

Figure 62 .

 62 Figure 62. Comparison of raw fringe signal on Al step on Si using red LED, 20 immersion Linnik objectives in air (top) (0.05 µm step height, 26 µm dynamic range, 𝜆 Ÿ = 640 nm, 4579); and water (bottom) (0.05 µm step height, 25 µm dynamic range, 𝜆 Ÿ = 640 nm, [4580]).

Figure 63 .

 63 Figure 63. Comparison of fringe signals and fringe envelopes on Al step on Si using red LED, 20 immersion Linnik objectives in (a) air (0.05 µm step height, 26 µm dynamic range, 𝜆 Ÿ = 640 nm, rectify, 4579); and (b) water (0.05 µm step height, 25µm dynamic range, 𝜆 Ÿ = 640 nm, FSA interpolation, [4580]).

Figure 64 .

 64 Figure 64. Comparison of fringe images of Al step on Si using red LED, 40 immersion Linnik objectives in (a) air (0.05 µm step height, 21µm dynamic range, 𝜆 Ÿ = 640 nm, 4584); and (b) in water (0.05 µm step height, 18 µm dynamic range, 𝜆 Ÿ = 640 nm, [4585]).

Figure 65 .

 65 Figure 65. Comparison of raw fringe signals on Al step on Si using red LED, 40 immersion Linnik objectives in air (top) (0.05 µm step height, 21 µm dynamic range, 𝜆 Ÿ = 640 nm, 4584); and water (bottom) (0.05 µm step height, 18 µm dynamic range, 𝜆 Ÿ = 640 nm, [4585]).

Figure 66 .

 66 Figure 66. Comparison of fringes signals and fringe envelopes on Al step on Si using red LED, 40 immersion Linnik objectives in (a) air (0.05 µm step height, 21 µm dynamic range, 𝜆 Ÿ = 640 nm, FSA interpolation, 4584); and (b) water (0.05 µm step height, 18 dynamic range, 𝜆 Ÿ = 640 nm, FSA interpolation, [4585]).

Figure 67 .

 67 Figure 67. Comparison of 3D images of Al step on Si using red LED, 20 immersion Linnik objectives in (a) air (0.05 µm step height, 26 dynamic range, 𝜆 Ÿ = 640 nm, rectify, 4579); and (b) water (0.05 µm step height, 25 dynamic range, 𝜆 Ÿ = 640 nm, FSA technique [4580]).

Figure 68 .

 68 Figure 68. Comparison of 3D images of Al step on Si using red LED, 40 immersion Linnik objectives in air (top) (0.05 step height, 21 dynamic range, 𝜆 Ÿ = 640 nm, 4584); and water (bottom) (0.05 step height, 18 dynamic range, 𝜆 Ÿ = 640 nm, [4585]). The step height profiles in Figure 69(a) and (b) and Figure 70(a) and (b) are obtained from the height images at the lines indicated in Figure 69(c) and (d) and Figure 70(c) and (d). The lateral resolutions of the 20x and 40x objectives are determined by analyzing the slopes of the line profiles of the steps. They are estimated by taking the lateral distance between the 10% and 90% values of the total step heights. The theoretical lateral resolutions of the 20x and 40x objectives in water using the red LED are 0.78 µm and 0.48 µm, respectively. The measured lateral resolutions (∆X) for the x20 objective are 0.6 µm in air and 0.5 in water whereas for the 40x objective these values are 0.6 µm and 0.4 µm respectively. These results demonstrate that the lateral resolution of the measurements of the sample made in water are better than those made in air.

Figure 69 .

 69 Figure 69. Comparison of the line profiles of the measured height of the Al step on Si using red LED, 20 immersion Linnik head in air (shown in (a) and (c)) and in water (shown in (b) and (d)). The measurements of the step height (∆Z) of the sample are 2.49 µm (0.05 step height, 25 dynamic range, 𝜆 Ÿ = 640 nm, FSA interpolation, [4580]).

Figure 70 .

 70 Figure 70. Comparison of line profiles of the measured height of the Al step on Si using the 40x immersion Linnik head in air (shown in (a) and (c)) and in water (shown in (b) and (d)). The measurements of the step height (∆Z) of the sample are 2.49 µm ) (0.05 step height, 18 dynamic range, 𝜆 Ÿ = 640 nm, [4585]).

Figure 71 .

 71 Figure 71. Focus of the reference objective on reference mirror. An elastic polymer of (a) SPA and of (b) PDMS is placed between the reference mirror and the objective

Figure 72 .

 72 Figure 72. Etched squares in silicon, 8 µm wide and 2.5 um deep measured with the 40 water immersion Linnik system (NA=0.8, leff=450 nm) with SPA placed in the reference arm showing (a) height image, (b) line profile from (a), (c) fringe image and (d) 3D image.

Figure 73 .Figure 76

 7376 Figure 73. Etched squares in silicon, 8 µm wide and 2.5 um deep measured with the 40 water immersion Linnik system (NA=0.8, leff=450 nm) with 3.25 mm thickness of PDMS placed in the reference arm showing (a) height image, (b) line profile from (a), (c) fringe image and (d) 3D image.The first measurements carried out with Aluminum step on Silicon performed using the new immersion polymer compensated Linnik head are now presented using water in the sample arm and SPA in the reference arm. The images of the fringes, raw fringe signal, fringe envelope, and line profile obtained are respectively shown in Figure74 to

Figure 74 .

 74 Figure 74. Fringe image of Al step on Si using white light, 20 immersion Linnik objectives in water (0.05 µm step height, 12 dynamic range, 𝜆 Ÿ = 640 nm, [4634-5]).

Figure 75 .

 75 Figure 75. (a) The raw fringe signal and (b) the fringe envelope on the Al step on Si using white light, 20 immersion Linnik objectives in water (0.05 µm step height, 12 dynamic range, 𝜆 Ÿ = 640 nm, [4634-5]).

Figure 76 .

 76 Figure 76. Line profile of the measured height of the Al step on Si using 20 immersion Linnik objectives with white light in water (0.05 µm step height, 12 dynamic range, 𝜆 Ÿ = 640 nm, [4634-5]). The step height of Aluminum on Silicon (∆Z) and the measured lateral resolution (∆X) are 2.50 µm and 0.2 µm respectively.

Figure 77 .

 77 Figure 77. Motorized control installed on block of the reference arm for adjusting the path length or reference arm. Images viewed in three sides are marked by red arrows (motor) and blue arrows (adapted plate).

Figure 78 .

 78 Figure 78. Graphic user interface for controlling the stepper motor (created by Husneni Mukhtar & Christophe Hoffman, IPHC).

Figure 79 .

 79 Figure 79. Flow-work of the interface for controlling the motorized stage in the reference arm.

Figure 80 .

 80 Figure 80. Results of measuring an etched silicon grating sample in water using the 20 immersion Linnik Fogale microscope with the white light LED after motorized positioning of the OPD, showing the altitude image, a line profile and the 3D results [4701-4].

Figure 81 .

 81 Figure 81. Etched Silicon hole area-1, is measured by: (first row) the Zygo microscope in air (´50 Mirau, NA=0.55); (second row) the Fogale Linnik water immersion system (´40, NA=0.8, 0.056 µm step height, 5.5µm dynamic range, leff=450 nm, [4721]); and (third row) the Fogale Linnik water immersion system (´20, NA=0.5, 0.056 µm step height, 10 µm dynamic range, leff=450 nm, [4637]).

Figure 82 .

 82 Figure 82. Etched Silicon hole area-2 and area-3, measured by (first row) the Zygo microscope in air (´50 Mirau, NA=0.55,); (second row) Fogale Linnik water immersion system (´40, NA=0.8, 0,056 µm step height, 4.5µm dynamic range, leff=450 nm, [4721]); and (third row) AFM non-contact mode.

Figure 83 .

 83 Figure 83. (a) The raw fringe signal and (b) the fringe envelope on the etched silicon sample no.16 h-3 using the Fogale immersion Linnik with the 20 immersion objective and the white LED (0.05 µm step height, 9 dynamic range, 𝜆 Ÿ = 450 nm, [4667a]).

Figure 84 .

 84 Figure 84. Etched Silicon, oval pattern, is measured by (first row) the Zygo microscope in air (´50 Mirau, NA=0.55); (second row) the Fogale immersion Linnik system in water (´40, NA=0.8, 0.056 µm step height, 6.3 µm dynamic range, leff=450 nm, [4721]); (third row) AFM non-contact mode; and (fourth row) the Fogale Linnik immersion system in water (´20, NA=0.5, 0,056 µm step height, 14 µm dynamic range, leff=450 nm, [4675a]).

Figure 85 .

 85 Figure 85. Etched Silicon grating pattern, is measured by (first row) the Zygo microscope in air (´50 Mirau, NA=0.55); (second row) the Fogale Linnik immersion system in water (´40, NA=0.8, 0.056 µm step height, 5 µm dynamic range, leff=450 nm, [4721]); (third row) the Fogale Linnik immersion system in water (´20, NA=0.5, 0.056 µm step height, 10 µm dynamic range, leff=450 nm, [4674]); and (fourth row) AFM non-contact mode.

Figure 86 . 2

 862 Figure 86. 2 µm high Al step on Si is measured by (first row) the Zygo microscope in air (´50 Mirau, NA=0.55); and (second row) the Fogale Linnik immersion system (´20, NA = 0.5, 0.05 µm step height, 13 dynamic range, 𝜆 Ÿ = 450 nm, rectify, [4644]).

Figure 87 .

 87 Figure 87. Illustration of the problem of lateral image displacement during axial scanning over a dynamic range of 5 µm using the x20 immersion Linnik: (a) measured area of displacement test; (b) Line profile of the measured area on a stack of scanned images, with a zoom of a specific area.

Figure 88 .

 88 Figure 88. Flowchart of proposed technique to measure the displacement of misalignment and to correct the image position.

Figure 89 .

 89 Figure 89. Interface software "Image displacement analysis for CSI scanning" for checking and correcting the position of scanned images along the x-and y-axis caused by misalignment (created by H Mukhtar).

Figure 90 .

 90 Figure 90. Description of three cases to test and observe the effect of misalignment.

Figure 91 .

 91 Figure 91. The lateral displacement in x in pixels between successive images over 100 steps using the cross-correlation function. The dynamic range is 5 µm, dZ = 0.056 µm, leff= 450 nm, for the x20 immersion objective.

Figure 92 .

 92 Figure 92. The shift along the x-axis between two images for each measurement using the crosscorrelation function after 10´ pixel resampling by a cubic kernel interpolation. Dynamic range= 5 µm, dZ= 0.056 µm, leff= 450 nm, 20 immersion objective.

Figure 93 .

 93 Figure 93. The shift between successive images for each scanning step for the case of the x-axis. Dynamic range = 5 µm, dZ= 0.056 µm, leff= 450 nm for (a) 20 immersion objective and (b) 40 immersion objective. Dynamic range = 10 µm, dZ= 0.056 µm, leff= 450 nm for (c) 20 immersion objective and (d) 40 immersion objective.By using the following equation,

Figure 94 .Figure 95 .

 9495 Figure 94. The lateral image shift for a short dynamic range (2.5 µm) of each objective and case.

Figure 96 .

 96 Figure 96. The shift response for different step heights (dZ) over the same dynamic range, using the 20 immersion objective.

Figure 97 .

 97 Figure 97. The lateral image shift between two images for each scanning step and cases along the y-axis. The dynamic range= 5 µm, dZ= 0.056 µm, leff= 450 nm for (a) 20 immersion objective and (b) 40 immersion objective; The dynamic range =10 µm, dZ= 0.056 µm, leff= 450 nm for (c) 20 immersion objective and (d) 40 immersion objective.

Figure 98 .

 98 Figure 98. Successive profiles of the grating for (a) before correction of the image shift measured in the same area using the 20 immersion objective and (b) after correction of the image shift, 10 µm dynamic range and 0.056 µm step height.

Figure 99 .

 99 Figure 99. The RS-N type resolution standard consists of a set of 9 gratings with different pitch values varying from 0.3, 0.4, 0.6, 0.8, 1.2, 2.0, 3.0, 4.0 and 6.0 µm.

Figure 100 .

 100 Figure 100. Measurements of the RS-N type resolution standard using the 40 immersion Linnik objective in water with the PSM technique (𝜆 Ÿ = 505 𝑛𝑚). The grating sizes visible were (a) 0.8 µm; (b) 1.2 µm; (c) 2 µm; (d) 3 µm; (e) 4 µm; (f) 6 µm [4674b].

Figure 101 .

 101 Figure 101. Schema of the nano-3D interferometric microscope of Leitz Linnik in air [125].

Figure 102 .

 102 Figure 102. A microsphere-assisted interference microscopy.

Figure 103 .

 103 Figure 103. Position of BTGMS on the sample using 20 immersion Linnik Fogale microscope. The diameter of the microsphere is 67 µm, [4673b].

Figure 104 .

 104 Figure 104. Etched Silicon hole area-2 measured by 20 immersion Linnik Fogale microscope, (first row) using a 67 µm BTGMS microsphere on it (0.05 step height, 10 dynamic range, 𝜆 Ÿ = 450 nm, [4673b]); (second row) using a 64 µm-BaTiO3 microsphere on it (0.05 step height, 12 dynamic range, 𝜆 Ÿ = 450 nm, [4667-c2]).

113 7Figure 105 .

 113105 Figure 105. Position of 67 um BaTiO3 on the hole area-3 of etched Silicon, using 20 immersion Linnik Fogale microscope.

Figure 106 .

 106 Figure 106. Etched Silicon hole area-3 measured by 20 immersion Linnik Fogale microscope, (first row) using a 67 µm BTGMS microsphere on it (0.05 step height, 14 dynamic range, 𝜆 Ÿ = 450 nm, [4678]); (second row) using a 61.7 µm-BaTiO3 microsphere on it (0.05 step height, 10.5 dynamic range, 𝜆 Ÿ = 450 nm, [4681]).

Figure 107 .

 107 Figure 107. Position of a 70 µm BTGMS on sample in water using Fogale microscope.

Figure 108 .

 108 Figure 108. Etched Silicon on oval pattern measured by 20 immersion Linnik Fogale microscope using a 7 µm BTGMS microsphere on it (0.05 step height, 15.5 dynamic range, 𝜆 Ÿ = 450 nm, [4675b]).

Figure 109 .

 109 Figure 109. Position of a 71 µm BTGMS on the sample in water using the Fogale microscope.

Figure 110 .

 110 Figure 110. Etched Silicon on grating pattern measured by 20 immersion Linnik Fogale microscope using a 71 µm BTGMS microsphere on it (0.05 step height, 18 dynamic range, 𝜆 Ÿ = 450 nm, [4674b]).

Figure 111 .Figure 112 .

 111112 Figure 111. Standard grating SiMETRICS measured by 40 immersion Linnik Fogale microscope, red LED, 0.056 µm step height, 𝜆 Ÿ = 530 nm in water: pitch 1.2 µm (11 dynamic range, using 43 µm BTGMS); pitch 0.8 µm (5 dynamic range, using 44 µm BTGMS); pitch 0.4 µm (6.5 dynamic range, using 45 µm BTGMS); pitch 0.3 µm (6.5 dynamic range, using 43 µm BTGMS), [4714].
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Table 1 .

 1 The classification of methods for measuring surface texture based on ISO 25178-6 2010[START_REF] Leach | Optical measurement of surface topography[END_REF].

	Angle Resolved Scatter
	Angle Resolved SEM
	Circular Interferometric Profiling
	Coherence Scanning Interferometry
	Confocal Chromatic Microscopy
	Confocal Microscopy
	Contact Stylus Scanning
	Digital Holography Microscopy
	Focus Variation Microscopy
	Optical Differential profiling
	Parallel Plate Capacitance
	Phase Shifting Interferometry
	Pnematic
	Point Autofocus Profiling
	Scanning Tunneling Microscopy
	SEM Sterescopy
	Structured Light Projection
	Total Integrated Scatter

Table 1 Profiler method Linear profiling (senses Z(X) Areal topography Senses Z(X,Y) or Z(X) as function of Y Areal-Integrating

 1 
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		To Photodiode		
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Table 2 .

 2 Comparison of Michelson, Mirau, and Linnik configurations.

Table 4 .

 4 Classification of 3D optical sensors[START_REF] Leach | Optical measurement of surface topography[END_REF].

		AFM/STM	Stylus	WLI	Confocal
		++	-	+	+
	X,Y resolution	(2-10 nm/0.1 nm)	radius dependent (2-10 µm) stylus	dependent) (0.5 µm; NA objective	lateral sampling dependent) (0.5 µm; NA objective and
		++	+	+	-
	Z resolution	(0.1 nm/ 0.01 nm)	(0.25 nm)	(0.3 nm)	dependent) (1-20 nm; magnification
		-	++	+	+
	FOV (field of view)	(up to 50×50 µm)	mm) (up to 120×120	stitching) mm, can be extended by (100×100 µm to 10×10	lateral sampling obj) can be extended by increased (100×100 µm to 10×10 mm,
	Scanning	point by point	point by point	Full FOV	point by point
		--	-	++	+
	Measurable height				
	range	(up to 3 µm)	(1 mm)	working distance of obj) (8 mm or limited by	objective) (limited by working distance of
		--	--	++	+
	Measurement time				
		(hours to days)	(hours to days)	(seconds to minutes)	(several minutes)
	Full field dynamic motion	x	x	v	x
	Measure through the glass	x	x	v	v
	Contact technique	optional	v	x	x

1.2 Interference microscopy

The developments in interference methods applied to microscopy have rapidly grown since the first systems using Phase Stepping Interferometry (PSI) proposed in the 1980's and those based on coherence analysis in the 1990's

[START_REF] Schmit | Surface Profilers, Multiple Wavelength, and White Light Intereferometry[END_REF]

[8][52][54]. The second method is known by several different terms: WLSI: White Light Scanning Interferometry [55]. CCI: Coherence Correlation Interferometry. CPM: Coherence Probe Microscopy. CSM: Coherence Scanning Microscopy. SWLI: Scanning White Light Interferometry. VSI: Vertical Scanning Interferometry. CSI: Coherence Scanning Interferometry.

Table 5 .

 5 Comparison of using different techniques in interferometer.

Table 6 .

 6 The lateral resolution criteria based on the illumination type.

	Criteria	Illumination type Incoherent Coherent
	Rayleigh	0.61 l/NA	-
	Sparrow	0.47 l/NA	0.73 l/NA
	Abbe	0.5 l/NA	l/NA

  capteur de mesure de distance optique permet généralement la mesure des distances ou des longueurs absolues en un seul point à l'aide d'un détecteur optoélectronique et de techniques spécifiques de traitement du signal. Il peut être utilisé dans des applications d'automatisation telles que l'assemblage, l'inspection et les applications militaires. La résolution de distance de chaque système dépend de la spécificité du capteur et de la plage de travail. Au lieu de calculer la phase en utilisant le traitement d'image (comme dans la PSM), son point fort est l'utilisation de l'enveloppe de franges comme une sonde virtuelle. Pour améliorer la résolution de cette microscopie, on procède en éclairant le champ point par point en utilisant un petit trou de sortie confocal.Les profileurs optiques à interférométrie à lumière blanche (WLSI) utilisent une source de lumière blanche avec un spectre visible à large bande de longueurs d'onde allant de 380 nm à 750 nm (violet à rouge) et fonctionnent comme un capteur de focalisation optique pour mesurer la position de la surface. L'utilisation de l'éclairage à large bande outrepasse certaines limitations qu'on trouve dans les systèmes monochromatiques ou quasi monochromatiques. La technique est connue sous le nom d'interférométrie à balayage cohérente (CSI). Plusieurs types d'objectifs ou d'architectures d'interféromètre existent : Michelson, Mirau et Linnik. L'avantage des systèmes interférométriques par rapport à la plupart des autres profilomètres optiques ou à stylet est leur capacité à balayer le champ entier plutôt que de procéder par balayage pixel à pixel. Toute la zone étant imagée en même temps, le balayage latéral devient inutile, ce qui accélère considérablement le processus de mesure.La microscopie d'interférentielle est la technique développée dans ce projet de recherche. Deux techniques principales sont utilisées dans ce travail : la microscopie à saut de phase (PSM) et CPM ou CSI. La PSM est une méthode d'interpolation mathématique de franges d'interférence basée sur l'introduction de déphasages connus entre les deux bras de l'interféromètre, afin de déterminer la phase. Ces déphasages résultent de plusieurs interférogrammes qui sont enregistrés pour différentes valeurs de chemin optique (OPD). La CSI par contre est une technique de profilométrie optique basée sur l'interférométrie en lumière blanche avec une source lumineuse à large bande. Il est bien adapté pour mesurer les structures 3D de profondeurs d'échantillons de quelques µm à plusieurs dizaines de µm.

L'avantage des systèmes interférométriques, objet du présent travail, par rapport à la plupart des profilomètres optiques et à stylet est leur capacité à balayer le champ entier plutôt que de procéder par balayage point par point. L'imagerie AFM souffre d'un manque de vitesse de mesure. Par exemple, la forme d'une pointe idéale présente un rapport d'aspect élevé par rapport à la forme de la surface d'un échantillon afin de donner une meilleure résolution, ce qui nécessite un temps de mesure plus élevé afin de ne pas abimer la pointe. Au contraire, le profilomètre optique par imagerie est plus rapide que l'AFM, mais présente une résolution latérale plus faible inhérent au système optique.

Les deux profilomètres optiques les plus courants sont le microscope confocal et la microscopie interférométrique en lumière blanche. Ils sont basés respectivement sur la mise au point optimale et la visibilité des franges, aux différents points d'une image de l'échantillon.

Le principe de base du microscope confocal est d'éclairer un seul point de l'échantillon à la fois à travers un trou d'épingle.

En considérant la profilométrie optique, il est important de prendre en considération les limites de résolution qui définissent les plus petits détails mesurables ou la capacité d'un système de microscope à distinguer les parties constitutives d'un objet séparément dans l'espace (spatial) et dans le temps (temporel). Il existe de nombreux critères pour déterminer la résolution. Dans ce travail, nous utilisons le critère de Rayleigh pour déterminer la résolution latérale et la résolution axiale est définie comme la FWHM Dz de l'interférogramme égale à la moitié de la longueur de cohérence.

Table 7 .

 7 Comparison of compact system and breadboard system

	Comparisons	Compact system	Breadboard		
	of					
	Stability	Higher stability	Needs realigning everyday	
	System	Protection of optical parts required	Regular	cleaning	of	optical
		(closed system)	components required due to exposure
			to dust and dirt (open system)	
	In practice	More practical for characterizing	More adapted to demonstrating proof
		samples	of principle			

  Linnik est moins utilisée que les autres configurations d'interféromètre tels que Mirau et Michelson. Ceci est principalement dû aux difficultés d'optimisation de la conception et au réglage de la configuration. Dans la recherche bibliographique, il n'était pas facile de trouver un grand nombre de publications relatif à l'utilisation de Linnik. Cependant plusieurs configurations de Linnik dans l'air ainsi qu'en immersion dans l'eau ont été publiés notamment par P. Lehman et Al., A. Dubois et al., Et Oh et al.Dans l'équipe IPP (ICube), un microscope Leitz-Linnik compact, plus ancien, a été utilisé pendant plusieurs années et s'est avéré être l'un des meilleurs modèles Linnik utilisés dans l'équipe. La particularité de ce système est le mécanisme de réglage très bien conçu pour changer l'OPD entre les deux bras de l'interféromètre en utilisant une vis de rotation fine ainsi que le mécanisme d'inclinaison angulaire de l'objectif de référence et du bras de miroir. Le miroir de référence est également très bien conçu, avec des vis de mise au point.

Table 8 .

 8 Comparison of white light LED and conventional halogen source.

		White light LED	Conventional source	Halogen
	Shape/form	Very compact	Fragile
	Power consumption	Little	High
	Energy efficiency	High	Low
	Spectral emission	Limited solid angle	So wide
	Long Lifetime?	Yes	No
	Heat dissipation	None	A lot

Table 10 .

 10 Characteristics of the white light LED with a variation in the LED voltage and exposure times that affect the effective wavelength.

		exp times1 = 47998 µs	exp times2 = 96000 µs	exp times3 = 191999 µs
	Peak intensity						
	of histogram	LED voltage (V)	lambda eff (nm)	(V) LED voltage	(nm) lambda eff	(V) LED voltage	(nm) lambda eff
	100	3,84	496	3,66	493	3,52	500
	150	3,95	500	3,76	500	3,60	496
	175	4,05	484	3,81	493	3,64	500
		exp times1 = 46998 µs	exp times2 = 57998 µs	exp times3 = 116000 µs
	Peak intensity						
	of histogram	LED voltage	lambda eff	LED voltage	lambda eff	LED voltage	lambda eff
		(V)	(nm)	(V)	(nm)	(V)	(nm)
	100	2,62	430	2,6	450	2,54	440
	150	2,68	440	2,65	440	2,57	440
	175	2,7V	440	2,67	440	2,59	440

Table 12 .

 12 Comparison of measurements of etched silicon area-1 using each microscope

		Measurement of valley (µm)
	Microscopes	Area-2	Area-3
	Width Depth Width Depth
	Zygo NewView 7200 commercial microsope, 50 Mirau	12.6	2,74	8.09	2.22
	Immersion Fogale, 40 Linnik	12.5	2.75	8.03	2.42
	AFM (Park XE70) non-contact mode	-	-	8.61	2.27
	2. Patterned etched silicon hole area-2 and area-3				

Table 13 .

 13 Comparison of measurements of etched silicon area-2 and area-3 using each microscope

		Measurement of valley
	Microscopes	(µm)	
		Width	Depth
	Zygo NewView 7200 commercial microsope, 50	12.10	2.09
	Mirau		
	Immersion Fogale, 40 Linnik	12.00	2.00
	AFM (XE Park) non-contact mode	12.33	2.19
	Immersion Fogale, 20 Linnik	12.10	2.10

Table 14 .

 14 Comparison of measurements of etched silicon (oval pattern) using each microscope.

		Measurement of valley (µm)
	Microscopes	Width	Depth
	Zygo NewView 7200 commercial microsope, 50 Mirau	12.10	2.09
	Immersion Fogale, 40 Linnik	12.00	2.00
	AFM (XE Park) non-contact mode	12.33	2.19
	Immersion Fogale, 20 Linnik	12.10	2.10

Table 15 .

 15 Comparison of measurements of etched silicon (oval pattern) using each microscope.

		Measurement of pitch
	Microscopes	(µm)	
		Width	Depth
	Zygo NewView 7200 commercial microsope, 50	10.00	2.06
	Mirau		
	Immersion Fogale, 40 Linnik	10.00	2.15
	Immersion Fogale, 20 Linnik	10.40	2.10
	AFM (XE Park) non-contact mode	9.51	1.84

Table 16 .

 16 Comparison of measurements of etched silicon (oval pattern) using each microscope.

	Altitude (µm)	
		Distance (µm)
	Microscopes	Measurement of step height (µm)
	Zygo NewView 7200 commercial microsope, 50	2.10
	Mirau	
	Immersion Fogale, 20 Linnik	2.03

Table 17 .

 17 Mean of the lateral shift between successive images for each case and objective magnification.

			∆𝑥 (µm)	
	Case-n	×20 immersion objective	×40 immersion objective
		DR 5 µm	DR 10 µm	DR 5 µm	DR 10 µm
	1	0.0259	0.0205	0.0268	0.0253
	2	0.0261	0.0229	0.0304	0.0297
	3	0.0272	0.0216	0.0272	0.0416

  Un deuxième système commercial Linnik modifié au sein de l'équipe IPP est le système OEM Fogale-Nanotech avec un interféromètre Linnik développé dans le cadre d'une collaboration pour l'étude des polluants dans le sol. Le but de ce travail de modification est de combiner la CSI avec l'ATR-FTIR pour l'analyse combinée de couches de colloïdes épaisses inhomogènes. Il est prévu de transférer et de tester le système sur la caractérisation des colloïdes (sec, humide, cellulaire avec des contaminants contenant de l'eau) à IPHC. En outre, certaines modifications importantes ont dû être apportées au système pour le rendre utilisable en pratique. Certaines pièces mécaniques ont dû être conçues, fabriquées et installées dans le nouveau système. Une table motorisée a été ajoutée au bras de référence pour simplifier la compensation de la longueur du trajet en facilitant la recherche des franges d'interférence.Ce chapitre présente et montre le microscope Fogale avec ses spécifications, il présente l'ensemble des modifications apportées ainsi que la démarche utilisée. Les performances du système et les résultats de mesures sont présentées.Les différentes étapes de modification sont présentés en commençant par l'utilisation d'un objectif Mirau, puis la modification de la configuration de Mirau en Linnik dans l'air, suivi enfin par la modification du Linnik pour des mesures en milieu liquide. Une part importante de ce travail était de trouver des solutions innovantes et viables pour la compensation du chemin optique entre le miroir et l'objectif de référence. L'utilisation d'une compensation « solide » de polymère dans le bras miroir horizontal entre l'objectif et le miroir de référence est étudié et présenté. Dans notre système, le bras de miroir de référence est monté horizontalement, rendant l'immersion dans un liquide difficile. Dans ce travail, nous avons étudié des solutions alternatives à base de polymères élastiques non liquides placés entre le bout de l'objectif et le miroir de référence en utilisant des billes de polyacrylate de sodium (SPA) ou des éléments de PDMS (polydiméthylsiloxane) ayant des indices très proches de l'eau. Enfin, l'installation d'un moteur pas à pas a permis de modifier le chemin optique du bras de référence pour faciliter la recherche des franges d'interférences.Les performances après chaque modification sont testées en mesurant différents types d'échantillons de référence et en les confrontant aux résultats de mesures d'autres microscopes. Pour déterminer la résolution du système final, un étalon standard du type RS-N de SiMETRICS a été employé. L'analyse de certains problèmes sont également présentés tels qu'un problème d'alignement vertical du microscope et la perte de résolution latérale.Ce chapitre montre l'effort apporté dans la modification du microscope Fogale fonctionnant en configuration Linnik à immersion. Les défis et les difficultés du Linnik ont été surmontés en levant un certain nombre de verrous techniques tels que la compensation du chemin optique par des éléments de polymère, l'optimisation de la recherche des franges, ….

Un système de base incomplet, sans le mécanisme du miroir de référence a été acquis, dans le but de le modifier à ICube. Les modifications apportées au microscope Fogale ont été réalisées en plusieurs étapes en commençant par l'ajout d'un mécanisme de miroir de référence dans le cadre du projet PICS (BAS, Bulgarie) puis en changeant le Linnik Fogale d'origine pour une utilisation en immersion dans l'eau.

Pour convertir la tête de l'objectif d'interférence en une installation d'immersion Linnik, plusieurs étapes ont dû être franchies, telles que l'ajout d'objectifs à immersion et le développement d'une solution de compensation de longueur de trajet du bras de référence horizontal.

Les résultats des tests et l'étude des performances du système modifié sont présentés et démontrés. Le nouveau microscope modifié fournit un système fonctionnel qui est prêt pour l'étude future des échantillons de colloïdes aussi bien que d'autres échantillons nécessitant des mesures en immersion dans l'eau.

Table 18 .

 18 Comparison of measurement results of etched-silicon, hole area-2 using Zygo, Fogale, AFM and microspheres.

				Magnification
	Types of microscope	Width (um)	Depth (um)	of lateral size using
				microsphere
	50 Mirau Zygo	12.6	2.74	-
	AFM	11.518 2.054	-
	20 immersion Linnik Fogale	11.7	2.86	
	67 µm BaTiO3 microsphere (´20 immersion Linnik Fogale)	28.7 30.5	2.82	2.60
	64 µm BaTiO3 microsphere (´20 immersion Linnik Fogale)	28.7	2.54	2.45
	-Patterned etched silicon wafer hole area-3			

Table 19 .

 19 Comparison measurement result of etched-silicon the hole area-3 using Zygo, Fogale, AFM and microspheres.

				Magnification
	Types of microscope	Width (um)	Depth (um)	of lateral size using
				microsphere
	50 Mirau Zygo	8.11	2.22	-
	AFM	8.609	2.268	-
	20 immersion Linnik Fogale	8.01	2.53	

-Patterned etched silicon wafer (ovale patterns)

Table 20 .

 20 Comparison of measurement results of etched silicon sample using the Zygo, Fogale, AFM and microsphere.

				Magnification
	Types of microscope	Width (um)	Depth (um)	of lateral size using
				microsphere
	50 Mirau Zygo	12.3	2.09	-
	AFM	12.33 5	2.118	-
	20 immersion Linnik Fogale	11.0	2.1	
	70 µm BaTiO3 microsphere (´20 immersion Linnik Fogale)	32.8	2.1	2.98

-Patterned etched silicon wafer (grating pattern)

Table 21 .

 21 Comparison of measurement result of grating sample using Zygo, Fogale, AFM and microsphere.

	Types of microscope	Widt	Depth	Magnificatio
		h	(um)	n of lateral
		(um)		size using
				microsphere
	50 Mirau Zygo	6.41	2.06	-
	AFM	8.152 5.433	-
	20 immersion Linnik Fogale	6.46	2.1	
	71 µm BaTiO3 microsphere (´20 immersion Linnik Fogale)	19.5	2.2	3.01

Table 22 .

 22 Measurement results of standard grating SiMETRICS using BTGMS in range 30-45 µm.

				⊘	
			measured depth	BaTiO3	M
	Pitch grating	measured pitch grating (µm)	(nm)	(µμm)	lateral
	1.2	3.26	98.276	43	´2.72
	0.8	2.15	85.057	44	´2.67
	0.4	1.02	100.977	45	´2.55
	0.3	0.80	17.2	43	´2.67

Table 23 .

 23 Measurement results of standard grating SiMETRICS using BTGMS microsphere in range 75-90 µm.

				⊘	
			measured depth	BaTiO3	M
	Pitch grating	measured pitch grating (µm)	(nm)	(µm)	lateral
	3	8.28	125.62	80	2.76
	2	5.04	101.25	80	2.52
	1.2	3.26	68.103	82	2.72
	0.8	2.18	131.034	77	2.752
	0.6	1.6	125.287	77	2.67
	0.4	1.08	14.08	75	2.7

  Wang et al. étaient les premiers de réussir ces mesures, avec un Linnik à immersion [Wang et al. 2016], suivi par Kassamakov et al. avec une configuration Mirau dans l'air Les travaux exploratoire utilisant ces technique ont été mis en oeuvre dans notre équipe IPP avec un Linnik dans l'air. Dans cette dernière partie les résultats expérimentaux sont présentés en combinant des microsphères de BaTiO3 d'un diamètre allant de 30-75 um avec la CSI. Elles permettent d'augmenter le grossissement d'un facteur 3,5 avec une augmentation de la résolution latérale de 2.5 à 3 fois. Ces résultats sont très encourageant mais nécessitent cependant une étude théorique et d'analyse afin de comprendre finement l'ensemble des phénomènes subjacents.

Le cadre du projet de thèse se situe dans une collaboration avec le Professeur Rémy Barillon et le groupe de radiochimie du Département Recherches Subatomiques (DRS) de l'IPHC (Institut Hubert Curien). Le but est de développer un système de CSI en immersion pour le combiner avec la spectroscopie FTIR dans l'analyse de couches de colloïdes en immersion pour étudier les polluants dans le sol.

(a) (b)

Annex 1. Data sheet of the light source of initial Fogale, Lumileds LXHL-MW1D white LED, 5500K, round

Annex 2. Data sheet of cube beam splitter of Fogale microscope

Annex 3. Specification of immersion objectives from Leica.

Annex 4. Design of the adapted tube for objective in reference arm.

Annex 5. Data sheet of white light LED (lime LED color)
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The technique is based on optical interferometry with a Linnik configuration which very difficult to adjust but it offers several advantages: higher numerical aperture objectives to improve spatial resolution; long working distance, because there is no need for any of the components in front of the lens; a polarized light mode configuration; contrasting fringes because of the possibility of modifying the optical pathways and the intensities of the two arms independently. While the use of a water-immersion objective gives the following advantages: to avoid the problems related to the adjustment between the formation of the fringes and the plane of formation of the image; and to minimize the difference in dispersion between the arms of the interferometer.

In order to be able to measure in water mode and to obtain high lateral resolution samples of chemical and biological types, several challenges must be overcome such as balancing the OPD on both arms; finding and adjusting the good contrast fringes; finding and adapting a suitable water compensation of water in horizontal reference arm to operate a system in water.

Keywords: CSI, WLSI, Linnik, interferometry, compensated immersion, elastic polymer, SPA, PDMS.