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Introduction

The eye is the only optical window to the human body, providing a non invasive access to both neural and vascular networks in vivo. Indeed the retina constitute a neuro-vascular network that can be considered as an extension of the brain, sharing some of the same structures as well as some of its pathologies. Neuro-degenerative diseases such as Alzheimer [1] or vascular pathologies such as arterial hypertension [2] could be early diagnosed thanks to a high performance imaging of the retina [3][4][5]. Additionally, as functional deterioration may precede significant structural changes in many retinal pathologies [6], an even more precocious diagnosis along with a better understanding of neuro-vascular connections could be achieved by not just giving access to tissue structures, but to their function.

Functional imaging is carried out through the extraction of retinal biomarkers which evaluate the correct performance of physiological mechanisms and therefore implies the detection of microscopic and very rapid structural variations. Although the introduction of Adaptive Optics (AO) in ophthalmic imaging led to diffraction-limited retinal images with cellular resolution [7], many retinal structures still remained hard to visualize because of their low reflectance. This issue was partially resolved by implementations inspired by microscopy on the AO Scanning Laser Ophthalmoscope (SLO) [8], where the addition of a confocal pinhole further improved retinal images contrast and optical sectioning. Then, the development of off-axis techniques like dark-field [9][10][11][12] and split-detection [11,13] exploiting the multiply scattered light achieved phase contrast of the most transparent structures [14,15]. Because this system provided retinal images with unprecedented quality it has often been adopted to perform functional imaging on various structures of the retina such as intrinsic signals from human cone photoreceptors [16], or the characterization of retinal perfusion [9,17]. Similarly, Optical Coherence Tomography (OCT) [18] has also benefited from AO technology [19] and is sensitive to phase changes, which can be exploited for the imaging of transparent retinal structures. Like AO-SLO, OCT and its version upgraded with adaptive optics has also been employed to characterize neural and vascular function [20][21][22][23], as well as imaging transparent cells such as ganglion neurons [24,25]. However, both of these techniques suffer from limitations arising from the scanning nature of the systems which introduces image distortion and restricts the maximum pixel rate. Multiple groups have found methods to correct the artifacts due to distortion which provoke an uncertainty of the imaged retinal topometry [26][27][28]. Similarly, the lack of temporal resolution implies a substantial difficulty in tracking the more rapid functional processes [29].

Contents

could become a valuable tool to achieve functional imaging of the retina by combining a high image quality with a great temporal performance and a reliable topometry of the retinal structures. Inspired by the development of the AO-SLO system achieved through the implementation of modalities translated from scanning microscopy, we explore the potential combination of an AO-FIO system with full-field microscopy modalities in order to reach a higher imaging performance (e.g. explore different illumination and detection configurations and geometries). This thesis manuscript is divided into four parts: First, an introduction to the scientific notions addressed throughout the manuscript is presented in Part I. Chapter 1 describes the eye and particularly the retinal structural organization and function, which we aim to image. The high resolution imaging of retinal structure is detailed in Chapter 2, in particular the principle of AO which enables the lateral resolution at a cellular level. Finally, Chapter 3 defines the concept of functional imaging and explores the ideal imaging technique to carry it out.

Part II focuses on the required optimization and modification of an AO-FIO for the purpose of improving its contrast. Chapter 4 shows how, contrary to most scanning ophthalmoscopes AO technology, our AO-FIO was optimized with a fast and robust AO loop as an effective correction of the aberrations is necessary due to the impact of the out of focus light on image contrast. Additionally, the illumination beam was aberration corrected ensuring a control of the illumination geometry which, similarly to what exists in the microscopy field, would be manipulated to improve the contrast of the system. In Chapter 5 two illumination geometries are described introducing an asymmetry of the illumination beam inspired from the oblique back-illumination microscopy and structured illumination microscopy. The implementation of these two modulations of the illumination beam respectively in the focal and pupil plane of the AO-FIO system are described.

Part III describes three modalities improving AO-FIO image contrast developed thanks to these manipulations of the illumination. The modulation in the focal plane that led to the first dark-field images on AO-FIO revealing previously invisible retinal structures such as capillaries or retinal pigment epithelium is presented in Chapter 6. Chapter 7 describes the other imaging modality ensuing from this illumination modulation, a pseudoconfocal technique, which achieves a partial optical sectioning similar to the confocal pinhole in scanning systems but without of the scanning raster limitations. Finally in Chapter 8 the pupil modulation, which led to the exploitation of multiply scattered light by achieving differential phase contrast, is introduced along with its implementation in the AO-FIO system.

The other application of the instrument achieving a modulation of the illumination at the pupil plane is presented in Chapter 9 of Part IV. Indeed, Part IV refers to the clinical applications of the implementations described in the previous part and Chapter 9, along with the description of neural structural biomarkers, explains the use of this instrument to exploit the directionality of the back-scattered light from photoreceptors in order to achieve a functional analysis of their orientation. Chapter 10 focuses on the extraction of biomarkers of the vascular network. In particular, it describes a specific image processing developed to achieve blood flow characterization, meaning the mapping of the retinal perfusion at the microvascular level as well as the computation of erythrocyte velocity. Finally, in Chapter 11, the clinical interest of visualizing retinal pigment epithelium with a dark-field modality in AO-FIO is discussed. The generation of pigment epithelium cell images with near-infrared autofluorescence is described and the complementarity of the modalities is shown. These three Chapters show how these modalities improved the image quality of the AO-FIO leading to the extraction of structural and functional biomarkers of the retina which represent valuable indicators of retinal pathologies that could be used for structural and functional analysis of the human retina in-vivo.

Part I

Context Chapter 1

The Human retina 1.1 The human eye

Optics of the eye

The human eye is the organ that enables us the visualization of the outside world. It is an effective imaging system that adapts itself to a range of visual configurations such as dark or bright environments or close or longer distances to the imaged object. The eye structure is shown in Fig. 1.1. The optical system consists in two lenses, the cornea and the crystalline lens, an aperture or pupil whose diameter is defined by the iris and the retina serving as photodetector. The eye can image objects at different distances by varying the refractive power of the crystalline lens through the ciliary muscle. This accommodation can go from punctum remotum (absence of acommodation) when the refractive power of the eye is about 60 dioptres to the punctum proximum (focusing on a close object) increasing the refractive power up to 15 dioptres. (A) Horizontal cross-section of the right eye as seen from above [33]. Simplified model of the eye presenting a single refractive index of 1.33.

The light crosses the refractive optics of the eye and the vitreous humour, i.e. a viscous liquid filling the eye and separating the optics of the eye, before reaching the retina. Then, the retina detects the light signal converting it in nerve impulse that is transported to the brain converting it into visual perception.

Finally, the external covering of the eye is provided by a two layer wall. The sclera, the external layer, is a structure supporting the wall of the eyeball and has therefore a resistant and elastic tissue composed mainly by collagen fibers. The internal layer laying next to the sclera is the choroid layer, which with a rich vascular network, provides nutrients and oxygen to other tissues of the eye.

The optical system of the eye is complex and presents several indices of refraction depending on the ocular tissue [34]. In 1952 Emsley presented a simplified model shown in Fig. 1.1(B) which reduces the system to a refractive surface providing a refractive power of 60D between the air and a ocular medium of 1.33 refractive index leading to a focal length of 16.67 mm. A circular aperture defines the pupil at the top of the refractive lens. This simplified model will be adopted throughout the manuscript.

Eye movements

The eye is always in motion with both voluntary and involuntary movements ensuring efficient fixation and tracking of a visual stimuli. Voluntary eye movements such as rotation, torsion or pursuit are carried out by extraocular muscles shown in Fig. 1.2. The involuntary eye movements, also known as fixational movements can be divided into three categories: drift, tremor and microsaccades [35]. Drift is a smooth and slow motion of the eye when fixed on an object. Tremor is a fast shake centered around a point and still in average. Finally microsaccades are very fast and large movements deviating the fixation suddenly. 

Ocular aberrations

The optics of the eye are far from perfect and thus introduce aberrations in the optical path of the eye. The effect of these aberrations is shown in Fig. 1.3 where the point spread function (PSF) of a perfect eye is compared to the PSF of an eye with typical aberrations for various pupil sizes. Optical aberrations can be decomposed into a linear combination of the Zernike polynomials. Figure 1.4 shows the first 21 of these polynomials. In this case aberrations, particularly for the larger pupil sizes, blur the PSF. [37] These polynomials are well adapted to the wavefront analysis of optical aberrations of the eye as they form an orthonormal base with a circular aperture and the first polynomials corresponds to standard aberrations. For instance, the eye can present a degree of asymmetry with one of its optic surfaces slightly inclined or shifted with respect to the optical axis which would lead to astigmatism, described by Zernike polynomials Z5 and Z6. Similarly, a variation of the axial length of the eye can introduce defocus aberration described by Zernike polynomial Z4. The rest of the optical aberrations of the eye of higher order are described as well by this base. These optical aberrations lead to a lateral resolution of the images of the eye fundus of about 20µm, which does not allow cellular resolution. There are three categories of ocular aberrations: static, dynamic and chromatic aberrations.

Static aberrations in the eye are what we know as the standard vision problems overcome with glasses. These aberrations are often expressed in power unit (i.e. equal to the opposite correction to provide) and defocus and astigmatism are the two best known.

Dynamic aberrations are aberrations with a temporal dependence, meaning that they evolve in time. Such temporal evolution of ocular aberrations has been observed, even during fixation. A range of potential origins of dynamic ocular aberrations have been identified such as lacrimal film or the fluctuation of the accommodation [38,39].

The eye presents two chromatic aberrations which are due to ocular dispersion, i.e. the refractive index variations of the optics of the eye with the wavelength. In particular, the dispersion in different mediums can be described by the Cauchy equation n(λ) = A + B /λ 2 +C /λ 4 + D/λ 6 (see [40] for its application to the ocular medium).

The first is the longitudinal chromatic aberration (LCA) leading to a depth of focus varying with the wavelength. It varies from one individual to another with an average value of 1.3 dioptres for the wavelength range [450nm,650nm] [41,42] The second is the transverse chromatic aberration (TCA) due to the 5°angle between the optical axis and the visual axis. This leads to a lateral magnification variation of the image with wavelength (with the red image larger than the blue image). Contrary to LCA, the TCA varies very much according to the individual [42].

Retinal structure and function 1.2.1 Cellular origanization

As mentioned before, the retina detects the light signal and converts it to nerve impulses. This organ is therefore composed of photosensitive cells connected to neuronal cells. Figure 1.5 shows an illustration of the cellular organization of the retina.The region containing synapses linking the photoreceptors with bipolar and horizontal cell dendrites is known as the outer plexiform layer or Outer Nuclear Layer (ONL), the area where the bipolar and amacrine cells connect to the ganglion cells is the inner plexiform layer or Inner Nuclear Layer (INL). The inner nuclear layer, contains one to four types of horizontal cells, 11 types of bipolar cells and 22 to 30 types of amacrine cells. The surface layers of the retina are the Ganglion Cells Layer (GCL), containing about 20 types of ganglion cells and the nerve fiber layer (NFL), going from the eye to the brain through the optic nerve head.

These four neural layers are separated by three vascular layers, the Superficial, Intermediate and Deep layers. Under the ONL lies the photoreceptor layer identified in Fig. 1.5(B) as Inner Segments (IS)/ Outer Segments (OS). Finally, the last retinal layer over the choroid is the Retinal Pigment Epithelium (RPE). The following paragraphs provide more details about the retinal structures, between the ones described above, that are addressed in this work:

Nerve fiber bundles

The axons of the optic nerve are extensions of the retinal ganglion cells whose unmyelinated axons form much of the nerve fiber layer of the neural retina. The axons or "nerve fibers" then enter the optic disc by making a sharp turn, where they continue as a series of fascicles or bundles [START_REF] Barral | Manual therapy for the cranial nerves[END_REF]. Nerve fiber bundles from a group of retinal ganglion cells travel together with little tendency to disperse laterally as they course into the optic nerve head [START_REF] Ronald | The course of axons through the retina and optic nerve head[END_REF], which collects all the axons of the ganglion cells.

Photoreceptors

The photoreceptors are light sensitive cells and there are two categories: cones and rods. Cones, responsible for daylight vision have a higher density in the central region of the retina, the macula, to ensure accurate vision. The fovea, the center of the macula, contains only cones. The cone photopigments (opsins) are sensitive to a range of wavelengths. There are three type of cones, Long, Middle and Short wavelength sensitive, depending on their peak wavelength. Cones diameter is 1-4µm at the fovea and over 4µm outside this region. Rods, more adapted to night vision, have approximately a diameter of 1µm. Their density is maximum at approximately 6 mm from the center of the retina and decreases towards the periphery of the retina (see Fig. 1.6 (B)) [START_REF] Wandell | Foundations of vision[END_REF].

Photoreceptors are composed of three main layers: 1) the cell nuclei, 2) the inner segment, which encloses the cell machinery, and 3) the outer segment that contains photosensitive pigment (see Fig. 1.6 (A)). The outer segment corresponds to discrete disks saturated with a photosensitive molecule called rhodopsin in the case of the rods, and forms a series of folds containing similar photosensitive molecules in the case of cones. The outer segment absorbs photons, which initiates an electrochemical transmission through the cells and retinal nerve fibers, up into the brain [START_REF] Schwiegerling | Field guide to visual and ophthalmic optics[END_REF]. showing the three main sections: 1) the outer nuclear layer,containing the nuclei 2) the inner segment and 3) the outer segment that contains photosensitive pigment. [START_REF] Schwiegerling | Field guide to visual and ophthalmic optics[END_REF] (B) Density of rod and cone photoreceptors across the human retina as a function of eccentricity (in degrees of visual angle relative to the position of the fovea) for the left eye. Cones are concentrated in the fovea while rods are absent from the foveal region and reach their highest density 10 to 20 degrees peripheral to the fovea. No photoreceptors are present in the blindspot. [START_REF] Wandell | Foundations of vision[END_REF] Retinal pigment epithelium (RPE)

The RPE is the pigmented cell layer located between the light-sensitive outer segments of the photoreceptors and blood supply of the choroid. The RPE is composed of a single layer of hexagonally packed, tight-junction, connected, single sheet of cells with pigment granules and organelles for digestion of photoreceptor outer segment membranes into phagosomes [START_REF] Strauss | The retinal pigment epithelium in visual function[END_REF].

Vascular network

The central retinal artery and the choroidal blood vessels are the two sources of blood supplying the human retina. The largest blood flow is provided by the choroid (65-85%) and maintain principally the outer retina, and photoreceptors in particular. The retinal artery provides the rest of the blood flow (20-30%) and enters the retina through the optic nerve head, supplying the inner layers [START_REF] Henkind | Ocular circulation[END_REF]. Figure 1.7 shows the vascular network model of the retina proposed by Campbell et al. [START_REF] Campbell | Detailed vascular anatomy of the human retina by projectionresolved optical coherence tomography angiography[END_REF](left) and Fouquet et al. [START_REF] Fouquet | The 3D Retinal Capillary Circulation in Pigs Reveals a Predominant Serial Organization[END_REF](right). In both studies the central retinal artery supplies four retinal vascular networks: 1) The radial peripapillary capillaries (RPCs), which is the most superficial layer of capillaries lying in the inner part of the nerve fiber layer (this layer is presented in [START_REF] Campbell | Detailed vascular anatomy of the human retina by projectionresolved optical coherence tomography angiography[END_REF] but does not appear in Fig. 1.7(A) as the images are not acquired near the optic disk, where the RPC layer lies).

2) The Superficial Vascular Plexus, located at the ganglion cell layer.

3) The Deep Capillary Plexus or Intermediate Vascular Plexus located above the inner nuclear layer.

3) The Deep Capillary Plexus or Deep Vascular Plexus, located below the inner nuclear layer. 

The visual cycle

The processing of visual information begins in the retina with the detection of light by photoreceptor cells. In humans, two specialized types of photoreceptors detect light under different conditions. Rod photoreceptors are highly sensitive and mediate vision in dim light, while cone photoreceptors function in bright light and mediate both high acuity and color vision. To detect light, both rods and cones exploit the unique properties of a vital molecule, retinal, a photosensitive derivative of vitamin A which initiates the phototransduction and is produced by the retinal pigment epithelium (RPE) [START_REF] Mcbee | Confronting complexity: the interlink of phototransduction and retinoid metabolism in the vertebrate retina[END_REF]. Retinal molecules are recycled back into the RPE.

.8: Schematic illustration of intricately wired neurons in the retina. Signals pass from the photoreceptors through a series of neural connections toward the surface of the retina, where the ganglion-cell nerve-fiber layer relays the processed information to the optic nerve and into the brain.

Then, neurons in the outer layer respond to stimulation originated in the photoreceptors and continues the transmission through the visual pathway to the inner layer and finally the ganglion cells. Finally, impulses from the ganglion cells travel to the brain via more than a million optic nerve fibers (cf.Fig. 1.8). Although the visual function is composed by the parallel or successive mechanisms described above, there are other structures carrying functions just as critical to the balance of the visual cycle. For instance, the RPE the RPE has another role essential to the normal function and survival of photoreceptors which is to facilitate photoreceptor cell renewal. Indeed, rod and cone photoreceptor cells undergo a daily regeneration process wherein about 10% of their OS volume is shed, subsequently phagocytosed by adjacent RPE cells [START_REF] Brian | Phagocytosis of retinal rod and cone photoreceptors[END_REF]. Another key function to maintain this balance is the vascular perfusion which provides the retinal cells involved in the cycle in oxygen and nutrients.

All these sub-functions, either with direct or indirect intervention in the visual cycle, are involved in some way. This thesis manuscript describes, among other developments, the first steps of functional imaging undertaken with the implementations carried out during these three years. From the multiple functions leading to the visual cycle or indirectly maintaining its physiological balance, the following are going to be addressed in this work:

Photoreceptor orientation

The photoreceptors carry out the transduction, which is the conversion of the light to electrical signal. They have therefore a key function in the visual cycle. In the case of a healthy retina they should be oriented towards the center of the pupil (with a deviation of less than a millimeter). It has been hypothesized that a loss of this orientation is associated with a loss in visual capacity. Even though this hypothesis has not been validated yet, we aim to study this orientation which we believe could be a biomarker to evaluate the correct functioning of the photoreceptor cells.

Perfusion

Perfusion, i.e. the supplying of oxygen and nutriments to retinal cells, is carried out by the vascular network. This structure does not directly participate in the visual cycle, but a failing in its function would affect structures which do. Therefore, in this work we aim to characterize this indirect function, in particular at the microvascular level where tissue exchanges take place.

Chapter 2

Structural imaging of the retina in-vivo

Clinical retinal imaging systems

Fundus camera

A fundus camera is a specialized low power microscope with an attached camera. The main structures that can be visualized on a fundus photography are the central and peripheral retina, optic disc and macula. Fundus photography can be performed with colored filters, or with specialized dyes including fluorescein and indocyanine green. Its optical design is based on the indirect ophthalmoscope. Fundus cameras are described by the angle of view -the optical angle of acceptance of the lens. An angle of 30°, considered the normal angle of view, creates a film image 2.5 times larger than life.

OCT

Optical Coherence Tomography (OCT), consists in producing interferences between the light coming back from the sample (the retina in our case) and a part of the illumination beam used as a reference. By modulating the wavelength (Fourier or Spectral Domain OCT) or the position of the reference beam (Time Domain OCT), the recorded interference pattern gives access to propagation time difference between the sample and the reference beams, and thereby on the depth of the layers constituting the retina. This technique enables an axial resolution worth a few microns, typically ten times better than classical (incoherent) imaging.

High resolution retinal imaging

Adaptive Optics

Adaptive optics enables the real time correction of the wavefront aberrations introduced by the optics of the eye thanks to the following components:

1) The Wavefront sensor (WFS) which measures the wavefront aberrations. From the range of existing WFS, the most commonly used is the Hartmann-Shack, which is the one that will be used in this work.

2) The Wavefront corrector, in our case a deformable mirror, which compensates the measured aberrations introduced by the optics of the eye and the optical system.

3) The Real time calculator (RTC) which converts the measures into voltage commands and is used to pilot the wavefront corrector.

Principle

The principle of adaptive optics applied to retinal imaging is presented in Fig. 2.1. The system is composed of the elements of the AO loop previously mentioned forming a closed loop configuration with the deformable mirror upstream from the WFS, a beacon illuminating the retina and an imaging camera. The illumination beacon is known as the WFS source and creates a point source in the retina. This illumination beacon is then backscattered by the retina through the eye and propagates through the optical system towards the WFS. The deformation measured by the WFS is transmitted to the real time calculator which computes the voltage commands that are sent to the deformable mirror. Both the WFS and deformable mirror are placed at the pupil plane of the system. The deformable mirror surface is modified in order to compensate the mesured aberrations of the WFS. This correction is applied to the wavefront of the back-scattered photons coming from the large illumination source leading to a high resolution image of the retina. 

Adaptive optics applied to retinal imaging

Adaptive Optics Flood Illumination Ophthalmoscope (AO-FIO)

Adaptive Optics was translated to retinal imaging in 1997 by Liang et al. [7]. They used adaptive optics (AO) to compensate for monochromatic aberrations of the eye. The quality of retinal images obtained on a CCD fundus camera was greatly improved so as to visualize cellular structures of just a few microns such as photoreceptors in human retina in-vivo. AO-FIO devices were further improved and their applications multiplied leading to a commercial system developed by the French company Imagine Eyes used now in a clinical setting [START_REF] Viard | Imaging microscopic structures in pathological retinas using a flood-illumination adaptive optics retinal camera[END_REF].

Adaptive Optics Scanning Laser Opthalmoscope (AO-SLO)

The adaptive technology was subsequently introduced in scanning laser ophthalmoscope (SLO) as well. The SLO was invented by Webb et al. [START_REF] Robert | Scanning laser ophthalmoscope[END_REF] and represented a major advance with respect to the wide field ophthalmoscope. This system presents an improved efficiency in light collection and real-time imaging, in particular thanks to the use of a confocal pinhole which enhances the image contrast compared to flood illuminated imaging as well as optically sectioning the retina. By adding AO technology to the SLO [8], the SLO's spatial resolution, of 20 µm and 200 µm lateral and axial respectively , evolved to 2.5 µm and 100 µm.

The introduction of a confocal pinhole in microscopy led to an improvement in image quality arising from an enhancement in spatial resolution as well as optical sectioning [56]. The ophthalmoscope combined with the lens of the eye can be seen as a microscope imaging the retina and thus in 1987 Webb et al. developed the confocal scaning ophthalmoscope improving the contrast of retinal images [START_REF] Robert H Webb | Confocal scanning laser ophthalmoscope[END_REF]. This confocal configuration was later implemented on the AO-SLO leading to an instrument acquiring highly contrasted images of microstructure of the retina in-vivo. However, as mentioned before, these confocal systems are limited by the speed of the resonant scanner, which additionally is slower than the involuntary fixational movements of the eye leading to distortion artifacts.

Adaptive Optics Line Scanning Opthalmoscope (AO-LSO)

Another confocal regime, known as line scanning ophthalmoscopy, has been developed to try to overcome these limitations as well as to simplify the complexity of these scanning systems.

Several variations of line scanning imaging systems have been investigated to improve the imaging speed and applied first to the cSLO and then to the cAOSLO in order to render these systems less susceptible to eye motion. The idea first introduced by Hammer et al. [START_REF] Daniel | Hand-held digital line-scanning laser ophthalmoscope (LSLO)[END_REF][START_REF] Daniel | Line-scanning laser ophthalmoscope[END_REF] was to use a line illumination instead of a "flying spot" and named this new configuration the line scanning ophthalmoscope (LSO). This implementation simplified the system to a configuration where only one of the two scanners, a galvanometer, is used thus increasing the imaging speed with limited reduction in the confocality. Further simplification and speed improvement of the system was achieved by completely avoiding the use of scanners. The galvanometer is replaced by a Digital Micromirror Device (DMD), a spatial light modulator which consists in an array of micromirrors that can be set to two positions allowing the projection of specific illumination patterns. In the case of the LSO it is set to rapidly project a single line to the retina and synchronizing the acquisition with the rolling shutter of the camera [START_REF] Matthew S Muller | Low-cost Confocal Retinal Imaging with a Digital Light Projector Source[END_REF][START_REF] Matthew | Non-mydriatic confocal retinal imaging using a digital light projector[END_REF]. Finally, faster imaging was achieved by acquiring in parallel multiple lines within the field of view [29,[START_REF] Kari | Parallel line scanning ophthalmoscope for retinal imaging[END_REF].

Although the line scanning, whether it is applied to cSLO or cAO-SLO, leads to high contrast images, it has been acknowledged that the cross-talk along the imaging line reduce the confocal imaging mechanism in the direction of the light line [29].

Adaptive Optics Optical Coherence Tomography (AO-OCT)

A combination of the adaptive optics and Optical Coherence Tomography (OCT) technologies was first proposed by Miller et al. [START_REF] Miller | Adaptive optics and the eye (super resolution OCT)[END_REF]. These two technologies have complementary strengths in lateral and axial resolution respectively. AO-OCT has enabled the visualization of retinal structures previously only visible with histology and has been used to study the optical properties of individual cone photoreceptors, the capillaries that form the foveal avascular zone, and retinal nerve fiber bundles from the optic disc to the fovea. Indeed, this AO-OCT system can provide high 3D resolution (3x3x3 µm 3 ) and high speed imaging (10 times faster than a commercial OCT). It enables phase-sensitive imaging detecting optical length changes down to half a micron [START_REF] Ravi | Phase-sensitive imaging of the outer retina using optical coherence tomography and adaptive optics[END_REF]. However AO-OCT is a scanning system and requires volume acquisition to reconstruct en face imaging which can take a long time.

Off-axis techniques

The introduction of adaptive optics technology enabled the imaging of several retinal cellular structures such as photoreceptors, due to their waveguiding properties or nerves fiber bundles which are very reflective. Nevertheless, a range of transparent structures remained invisible or with too low a contrast due to masking from highly reflective waveguiding photoreceptors. The off axis techniques described hereafter helped overcome this issue. They are presented in the chronological order of their development.

Dark-field or off-set aperture

Dark-field imaging is a modality first developed in the microscopy field in which the ballistic photons (unscattered by the beam) are excluded from the image. This method was first contemplated in ophthalmic imaging by Webb et al. [START_REF] Robert H Webb | Confocal scanning laser ophthalmoscope[END_REF] where they stop the direct back-scattered light using an aperture block. Widely adopted in AO-SLO by shifting the detection confocal pinhole, dark-field imaging has enabled the imaging of transparent retinal structures such as small capillaries [9] or retinal pigment epithelium [12]. 

Split-detection

Another off-axis technique improving retinal image contrast is split-detection modality [11]. This method, inspired as well from microscopy, consists in the subtraction of two images acquired with two halves of the whole detector (Detectors 2 and 3 in Fig. 2.3) and divided by the sum of these images. It is a differential phase technique, meaning the two images subtracted have opposite phases and the same absorption contribution leading to a final generated image where the phase contrast is enhanced and the background contribution canceled.

Multi-offset

A development of the differential phase imaging, known as multi-offset imaging, in the retina has enabled the visualization of very transparent retinal feature such as ganglion cells [15]. This multi-offset approach relies in the combination of multiple offset apertures displaced by an optimal shift adapted to the imaged structures leading to the enhancement of structural contrast.

Chapter 3

Functional imaging of the retina in-vivo

Definition of functional imaging

Achieving functional imaging means being able to evaluate retinal function, i.e. to understand the mechanisms participating in the visual cycle and to be able to tell as soon as possible that a function is failing. To "visualize" these functions we need to extract functional biomarkers. Biomarkers are defined as "a characteristic that is objectively measured and evaluated as an indicator of normal biological processes, pathogenic processes, or pharmacologic responses to a therapeutic intervention" [START_REF] Strimbu | What are biomarkers?[END_REF]. For instance, Duan et al [START_REF] Duan | Reactivity in the human retinal microvasculature measured during acute gas breathing provocations[END_REF] uses the variation of the lumen size as a biomarker for the evaluation of the function of perfusion when optically stimulating the retina. A reduced variation could indicate that the area observed is not being perfused correctly. It is important not only to select an appropriate biomarker but to assess the nominal value of this biomarker when the function it evaluates works fine. For instance using the same example of the variation of capillary lumen as a biomarker, several measurements on healthy subjects need to be done to determine this nominal value and then tests must be done on patients to observe a variation from this value and assess if the biomarker is sensitive enough.

In our case, we are looking to be able to extract biomarkers evaluating the functions of transduction and perfusion. Even though these biomarkers are not directly related to the visual cycle, i.e. a small lumen or dim cone does not necessarily imply poor vision, they provide information about structures and mechanisms whose failing would indirectly impact the visual cycle. Therefore, we consider here the computation of "indirect" functional biomarkers, evaluating for instance retinal perfusion, a functional analysis of the retina. The computation of said biomarkers means that we need to be able to detect a variation in size, intensity or shape of the structures carrying out these functions. Therefore we have to reach an image quality such as to resolve the structures of interest and above all their spatial or temporal variation.

The ideal functional imaging technique for the retina

We are interested in two kinds of retinal structures: neural structures such as photoreceptors or ganglions cells and supplier structures such as capillaries and RPE. We are particularly interested in photoreceptors and capillaries for two main reasons. First, ganglions and RPE are hard to image as they are transparency and they are masked by other retinal structures, making the detection of spatial or temporal variation extremely difficult. Since structures like photoreceptors and capillaries have been well characterized, it makes sense to try to detect their variations first. Table 3.1 shows the two function concerning photoreceptors and capillaries and some examples of possible biomarkers. It displays the order of magnitude of the variations we would need to be able to detect to achieve functional imaging. After analyzing the order of magnitude of the variations, spatial and temporal, we are looking to detect, we have summarized the various characteristics our ideal functional imaging technology would need. It should have a high temporal and spatial resolution in the order of the millisecond and the micron respectively. It should also have a high contrast and optical sectioning of the order of a few microns. Finally it must be able to resolve transparent structures. Besides the characteristics we derive from the functions of interest, we need an instrument that can be used in a clinical setting for humans. This implies that it must comply with ocular safety standards and it should be comfortable for the patients. Also, it should have a wide field of view and a fast image processing in order to reduce the lengths of the imaging sessions.

Function

The need for AO

The imaging technique used for functional imaging needs a high lateral spatial resolution close to the micron. The only existing systems reaching this spatial lateral resolution are those corrected by adaptive optics.

Thus, we believe adaptive optics corrected ophthalmoscopes are the best suited systems to carry out functional imaging of the retina.

Scan versus Full-Field

The high spatial and temporal resolution reached with AO-corrected ophthalmoscopes can help us achieve our ultimate goal of conducting functional imaging of the retina in vivo. Of the current state-of-the-art two types of AO-corrected ophthalmoscopes, the AO-SLO achieves the highest image quality in terms of resolution and contrast, which should make it the obvious choice for retinal structural and functional imaging in vivo. Additionally, this system enables fairly easy implementations of imaging techniques from the microscopy field such as dark-field or autofluorescence. The easy handling of this technology leads not only to an improvement in contrast but also to the achievement of complementary contrasts allowing the visualization of low-contrast retinal features. Nevertheless, the AO-SLO system suffers from limitations associated to its scanning nature such as distortion and low pixel rate; limitations that have not been overcome yet despite the continuous research of the field. In this Chapter we explain why, despite AO-SLO's outstanding imaging qualities, such as high spatial resolution and contrast, we did not consider this technique to be well-adapted to the dynamic nature of functional imaging, where not only we are interested in spatial details but also want to resolve temporal variations. Furthermore, we describe the limitations concerning the clinical use of this technique.

AO-FIO AO-SLO

High pixel rate (high temporal resolution and large field of view) AO SLO has enabled several groups to study the human retina in vivo at a cellular level. AO SLO strengths can be summarized in the two following characteristics: high lateral spatial resolution and high contrast.

Thanks to the AO correction, AOSLO is able to resolve down to 2 µm features, which enables the imaging of cones and even rods at a few eccentricities. High contrast in AO SLO comes from implementations of a series of features inspired from microscopy. For instance, the implementation of a confocal configuration improves optical sectioning, as the out of focus light is filtered by a hole conjugated to the focal plane, leading to an enhanced contrast. The contrast of the AO SLO can also be improved by offaxis techniques implementations like off-set aperture or split-detection (cf.Ch. 2) which leads to the observations of retinal details like vessels walls or small capillaries previously concealed by the strong back scatter of deeper layers of the retina such as the retinal pigmented epithelium.

Finally, other implementations enable the detection of signals other than the light back scattered by the retina and thus showing a different contrast. For instance autofluorescence image of Retinal Pigment Epithelium (RPE) cells imaging is an example of such a technique. It leads to the observation a different contrast coming from the excitation of certain fluorophores inside the RPE instead of relying in the reflectance signal, in which RPE signal is sometimes masked by photoreceptor cells strong back scattering. These strengths are extremely useful for functional imaging as we mean to detect microscopic variations in structures. A high resolution and contrast are key to be able to achieve these measurements with sufficient accuracy. Moreover, some of the structures of interest, such as retinal pigmented epithelium, ganglion cells or capillaries, display a weak signal that is often screened by stronger ones, like photoreceptors. The relatively easy handling of AO SLO has lead to a range of implementations showing various type of contrasts and thus allowing the detection of these structures with weak reflectance signal.

Although AO SLO is a great instrument for retinal microstructure imaging because of its high contrast and resolution, two main shortcomings have been identified limiting its dynamic applications: the image distortion generated by the scan raster and the low pixel rate.

Distortion is an artifact produced in an image obtained with a retinal scan when the eye moves during the acquisition of a frame [START_REF] Sb Stevenson | Binocular eye tracking with the tracking scanning laser ophthalmoscope[END_REF][START_REF] Bedggood | De-warping of images and improved eye tracking for the scanning laser ophthalmoscope[END_REF]. An example on our AO SLO system (cf.Ch.2), of a distortion in an image sequence is shown in Fig. 3.1. In this figure, (A) shows a distorted frame. The deformation is especially noticeable when looking at the vessel indicated by the yellow arrowhead, as well as on the photorecepetors which appear elongated in (A) compared to their round shapes in (B) (see zooms from yellow boxes) Even though image processing has been developed to correct this aberration, leading to the fine imaging of many retinal structures, like photoreceptors or vessels, it remains that this limitation has not been completely overcome yet. The main difficulties generated by this aberration are the following. On the one hand, when there is a deformation in a retinal structure, there is an uncertainty regarding whether it comes from distortion or has physiological origin. On the other hand, to correct distortion on all the frames in an image sequence, the user must select a reference frame. However, there may not be a working reference in every acquisition. Carroll et al. [27], concluded that in some acquisitions even the least-distorted image in a sequence may be unacceptably distorted to be reference, which is often the case in acquisitions on pathological eyes. Furthermore they noticed that quite frequently manually selected reference frames were rejected by the algorithm they implemented, which is based on intraframe motion, to achieve the same selection. This implies that any metrics extracted from those processed images are likely to be confounded by significant local distortions, caused for instance by a disease, which can lead to a poor understanding of the organization of the retina or a wrong diagnostic. This team suggests using an undistorted template acquired with an AO FIO on the same region for determining distortions in their AO SLO images. The second disadvantage of using AO SLO is the low pixel rate. This limitation translates into a compromise that must be done between having a larger field of view or a higher acquisition rate. Moreover, since scan rasters have reached their maximum speed capacity, even when restricting the field of view the temporal resolution that can be achieved is limited.

The MAORI platform accommodating the AO SLO has a 1024 by 1024 pixels field of view that can be adapted to a size range going from 1°to 5°and an acquisition rate of 24 frames per second, i.e. 24Hz. Since the scanner speed remains the same when varying the size of the field of view, the trade-off consists in the decrease in resolution going from 2 µm for the 1°field of view to 6 µm for the 5°field of view.

So, on the one hand, at this acquisition rate, a frame of the sequence is obtained every 40ms approximately which is higher than the typical time constants in functional imaging. On the other hand, if we select the smaller field of view (in order to reach the highest resolution), the imaging of large portions of retina would imply long imaging sessions as well as longer image processing times.

Concerning functional imaging, the scanning technique is also limited for blood flow dynamics studies. Because the scan raster is slower than the blood flow speed, a blood cell can not be followed from one frame to the next one. Indeed, as the blood cell moves in the field of view the scanner will detect it several times in the same frame, making any temporal analysis of the sequence quite difficult. Thus, not only might the temporal resolution be too low to follow the blood cells, but the resulting image shows this effect of shape distortions due to the scanning of a flow. An alternative technique has been developed to extract the velocity of blood cells using AO SLO, but it requires a small field of view in order to reach the highest scan speed.

AO-SLO has benefited from several implementations that have improved its contrast over the years. Nevertheless, in spite of these improvements it seems its main limitations have not been overcome yet. On the contrary, the AO-FIO, which benefits from the same high spatial lateral resolution than the scanning opthalmoscope, can reach nowadays a high temporal resolution thanks to the development of cameras. However, when comparing state-of-the-art AO-SLO and AO-FIO we can identify the main shortcoming of the full field ophthalmosocope as its low optical sectioning, in particular when comparing it to the confocal version of the AO-SLO. Indeed, contrary to AO-SLO, AO-FIO has not been extensively developed since its first implementation by Williams et al. Therefore, if the full field technique were to be developed in the same manner the AO-SLO has been we could maybe achieve similar levels of contrast while keeping the advantages particular to the full field systems of a high temporal resolution and distortion free images with large fields of views.

In order to assess the feasibility of this objective and explore the prospective ways to achieve it, an AO-FIO system has been exploited and optimized towards this goal before examining the different implementations within our reach.

Part II

Adaptive optics system: optimization & add-on

In this Part we mean to demonstrate what the Adaptive Optics Flood Illumination Ophthalmoscope (AO-FIO) can bring to the retinal research by pushing its limits in order to match the Adaptive Optics Scanning Laser Ophthalmoscope (AO-SLO)'s best characteristics while exploiting the AO-FIO strengths. In order to achieve this challenging goal we modified the Paris AO-FIO built at the Quinze-Vingts Hospital by integrating a new illumination path in the ophthalmoscope that allowed the manipulation of the illumination geometry. This part describes the manipulations of the system: On the one hand it specifies the optimization of the system and image processing required to approximate the contrast of the AO-SLO images as well as to obtain a robustness allowing high image quality everywhere in the retina. On the other hand it details the manipulation of the illumination geometry along with the particular microscopy techniques on which this manipulation is inspired.

Chapter 4

Optimization and exploitation of an AO FIO

Introduction to the peer-reviewed article

Functional imaging requires a high spatio-temporal imaging system as well as high contrast images. Although AO-FIO reaches diffraction limited resolution and benefits from the ever growing high temporal resolution of current camera technology, the lack of optical sectioning leads to high background noise that deteriorates contrast. However, we believe that this limitation could be overcome. Inspired by the great development in image quality of the AO-SLO achieved thanks to the translation of scanning microscopy technique such as confocal pinhole, we explore the possibility of drawing from full-field microscopy to improve AO-FIO image quality.

The Paris Adaptive Optics Retinal Imaging & Surgery (PARIS) AO-FIO built in the Quinze-Vingts National Ophthalmology Hospital [START_REF] Emica | Caractérisation des perturbations oculaires pour l'optimisation d'un système d'optique adaptative[END_REF] [38] has been used as full field system for this development.

The aim of this Chapter is to optimize the AO-FIO in order to allow the implementation of microscopy inspired techniques which improve its image quality (contrast, resolution etc.). Different aspects have been undertaken during this optimization. On the one hand we have improved the AO-FIO adaptive optics loop to make it more robust and achieve the best possible correction. On the other hand we have improved the image processing, for instance by correction of the inhomogeous background. Finally, an important aspect of this AO-FIO is the correction of the illumination beam from ocular aberrations. This correction is necessary in order to control the illumination geometry which will be used in the following Ch. 5 to translate particular microscopy techniques to this ophthalmic system. The description of the resulting AO-FIO system along with the first exploration of a range of different regions and depths of the retina have been summarized in a scientific paper published in Applied Optics in July 2018 and presented in the following section.

I participated in the data acquisition, processing and analysis of the generated retinal images. I contributed to the experimental optimization of the system and image processing, as well as to the writing of the article.

Peer-reviewed Article: High loop rate adaptive optics flood illumination ophthalmoscope with structured illumination capability

INTRODUCTION

Adaptive optics (AO) can provide real-time correction of the wavefront aberrations introduced by the human eye, thus enabling retinal imaging with enhanced contrast and resolution [1][2][3][4][5]. The first AO-corrected retinal images were obtained in 1997 [1] using a flood illumination technique (AO-FIO) recording en face images with a camera. This seminal work gave rise to several similar systems, leading to Imagine Eyes' launch of its commercial version of AO-FIO (RTX1 [6]) based on the most popular technology at the time. Since then, AO-FIO has been replaced by AO scanning laser ophthalmoscope (AO-SLO) [5], i.e., the adaptation of the confocal scanning microscope to AO-corrected retinal imaging, due to improved optical sectioning and resolution. Evolutions proposed in the scanning microscopy field [7] (dark field imaging, multiphotonic imaging, fiber optics components) have consequently been translated to ophthalmology on AO-SLO setups.

On the other hand, only a few research teams (see for instance recent research on neurovascular coupling [8,9]) developed custom-made AO-FIO systems, and most of published AO-FIO results are obtained with a commercial system. Although AO-FIO holds the inherent advantage of distortionless high-speed imaging (while AO-SLO systems suffer from distortion artifacts in the presence of retinal motion, which hinders reliable topography of retinal structures, e.g., small caliber vessels), it has not evolved significantly nor found inspiration in breakthroughs from full-field microscopy variants, such as structured illumination [10]. This technique, which requires the projection of high spatial frequency structures onto the retina, could bridge the gap between AO-FIO and AO-SLO in terms of optical sectioning and lateral and axial resolution [11,12]. Moreover, increasing the adaptive optics loop rate, which has been shown to bring image quality enhancement in a scanning ophthalmoscope [13], has never been tried in AO-FIO, even though we have evidence that getting the AO loop rate from 10 to 50 Hz is highly beneficial [14]. We present here details on an original AO-FIO platform featuring an AO loop rate reaching 50-70 Hz (depending on the configuration) and able to project AO-corrected illumination patterns in the retina.

METHODS

The system consists of two optical subsystems: the wavefront (WF) sensing and control subsystem and the illumination and detection subsystem (see Fig. 1), which are detailed hereafter.

A. Wavefront Sensing and Control

The wavefront sensing and control subsystem comprises three light sources, a wavefront sensor (WFS), and a deformable mirror (DM). The system is operated via a real-time controller (RTC).

Wavefront sensing is performed using a custom-built Hartmann-Shack sensor consisting of a 30 × 30 microlens array. Relay optics conjugate the focal plane of the microlenses onto a complementary metal oxide semiconductor (CMOS) camera (PCO.Edge 4.2, Germany), where 14 × 14 pixels are allocated to each lenslet [15]. The microlens array pitch corresponds to 381 μm in the eye pupil plane.

Wavefront correction is performed by a magnetic deformable mirror (ALPAO, France) with 97 actuators. A diaphragm limits the pupil size to a 10 mm diameter, corresponding to 5 mm in the eye pupil plane.

A fibered super luminescent diode (SLD) (Omicron, Germany) with a nominal center wavelength of 750 nm can be connected to three fiber mounts on the bench, corresponding to a reference source, on which reference wavefront sensor slopes are recorded; a calibration source, used to acquire the interaction matrix between the deformable mirror actuator voltages and the wavefront sensor slope measurements; and a wavefront sensing beacon source, used to project a point source beacon on the retina. The size of the beacon at the eye pupil is 4.5 mm, with a 3 mm central obscuration to prevent stray light. The wavefront-sensing beacon source is positioned upstream of the deformable mirror so that it benefits from adaptive optics correction. This layout also enables us to use the image of the wavefront sensor beacon as an in situ point spread function measurement. This point spread function is not the same as the imaging one because the pupil size is not the same (4.5 mm with a 3 mm central obscuration, whereas in the imaging pathway the pupil is set by the deformable mirror to a 5 mm diameter at the eye) but still allows a real-time assessment of the adaptive optics loop performance.

A custom-built RTC comprising core libraries written in IDL (Interactive Data Language, Exelis Visual Information Solutions, Inc., Boulder, Colorado) within a LabVIEW (National Instruments, Texas) framework controls the adaptive optics. This solution enables us to tune control parameters and wavefront sensing methods with an interpreted coding language while enabling up to 70 Hz loop rate without jitter. Control law is an integrator with a 0.5 gain (ensuring a 45°s tability margin [16]), assuming a two-frame delay (see chronogram in Fig. 2).

B. Illumination and Detection

The retinal imaging source is a collimated SLD (Omicron, Germany) with a central wavelength of 860 nm (∕ -50 nm). The 2 mm diameter fiber tip of the illumination source is conjugated to the retina, resulting in a 3.6°diameter illumination field of view. The illumination beam passes through the deformable mirror before reaching the eye. This aberration compensation on the forward path enables projection of high spatial frequency illumination patterns such as fringes onto the retina.

This light is then backscattered by the retina toward a fast scientific CMOS camera (retinal imaging camera in Fig. 1). The camera is an ORCA flash4-V2 (Hamamatsu, Japan), enabling 2048 × 1024 pixel frame acquisition at 200 Hz, Fig. 1. Schematic drawing of the experimental setup. The system can be divided into two subsystems. The wavefront (WF) sensing and control, in yellow, is composed of a reference source (Ref Source), a wavefront sensor (WFS) (microlens array, relay optics, and WFS camera), a WFS beacon source, and a deformable mirror (DM). An additional calibration source can be inserted in place of the eye to calibrate the adaptive optics loop. The other subsystem, in purple, is illumination and detection and is composed of the retinal imaging camera and the corresponding wide-field imaging source. corresponding to more than 1.5 mm × 0.75 mm field-of-view (approximately 5.4°× 2.7°). The magnification between the camera and the retina is such that each 6.5 μm pixel corresponds to 0.73 μm in the retina.

The camera is mounted on a motorized stage (Thorlabs, Germany). By moving the stage, we can focus on various layers of the retina.

C. Subjects

Acquisitions on three healthy subjects (two men, SM, MP; one woman, EG), have been performed on the AO-FIO. Every participant followed institutional guidelines and adhered to the tenets of the declaration of Helsinki. Informed consent was obtained from subjects after the natural and possible outcomes of the study were explained. Subjects were seated in front of the FIO and stabilized with a chin and forehead rest. They were asked to stare at the fixation target, which is an image of a blue crosshair with a moving dot, enabling us to guide the subject's line of sight and explore various areas of the retina. Image acquisition sessions were performed in standard conditions with neither pupil dilation nor cycloplegia, in a dark room, leading to the largest accessible natural pupil dilation. The total light energy entering the eye from the illumination source and the WFS source are, respectively, under 400 and 2.8 μW, which is less than half the power stipulated by the ocular safety limits established by ISO standards for group 1 devices.

D. Real-Time Processing During Acquisition

During acquisition, a custom-made real-time image-processing software is used to display retinal images with enhanced contrast. Each raw image is corrected for uneven background illumination, as brightness falls off toward the edges of the illumination patch. This correction was performed by subtracting a low-pass filtered version of each image to the raw image, where the low-pass image is obtained by a mean filter (kernel of 50 pixels) [17]. Following uneven illumination correction, histogram stretching is realized to enhance image contrast by saturating the 0.1% brightest and darkest pixels. Raw images are recorded without any preprocessing to allow accurate off-line processing, as described below.

E. Off-Line Image Processing

A flow diagram of our retinal image processing sequence is shown in Fig. 3. Following the acquisition, each raw image was corrected for uneven background illumination, as described above. The image quality of AO-corrected image sequences varies over time, especially before and during blinks and during fast and large fixational eye movements such as micro-saccades [18]. The spatial variance was used as a reliable image quality metric to select the best images of the sequence [17]. The final selected images were registered using a pairwise maximum likelihood subpixel approach [19]. We generated an average image on which we perform a histogram stretching to enhance contrast. For some cases, to improve the optical sectioning, we also performed deconvolution [20].

RESULTS

A. Wavefront Control Internal Performance

The overall system performance can be assessed and optimized thanks to the calibration source (see Fig. 1). In this configuration, the wavefront sensor beacon source is switched off, and the calibration source, simulating an unresolved point source on the retina, is switched on. In this scenario, only the aberrations introduced by the optics themselves are seen and corrected by the AO loop. This calibration source thus allows us to estimate the ultimate performance of the AO loop, i.e., without external aberrations. This parameter is usually called internal performance. The internal performance is evaluated by two criteria: point spread function (from which the Strehl ratio can be derived) and rejection transfer function (from which a correction cutoff frequency can be derived).

The resulting point spread function (PSF) is observed on the imaging camera with the adaptive optics loop closed on the calibration source. In this configuration, the pupil is limited by the deformable mirror diaphragm (5 mm diameter at the eye pupil plane). The typical internal PSF on the calibration source with AO correction is displayed in Fig. 4. A Strehl ratio can then be derived from the PSF [21]. We have evaluated a Strehl ratio superior to 90%, demonstrating an excellent correction of the static aberrations, including noncommon path aberrations.

To evaluate the temporal performance of the AO loop, we consider the AO loop rejection transfer function, which describes how different temporal frequencies of the aberrations are attenuated by the AO loop. Assuming a high signal-to-noise ratio on the calibration source, the rejection transfer function is the ratio between the residual phase aberrations temporal power spectrum density Sφ res and the input phase aberrations temporal power spectrum density Sφ: RTF Sφ res ∕Sφ:

(1)

A standard way to measure this rejection transfer function is to inject known aberrations using the deformable mirror itself to introduce perturbations. A pink noise with a power spectrum density following an f -1 law is generated and applied to each actuator of the deformable mirror (this type of colored noise avoids applying too much energy at high temporal frequencies that could degrade the deformable mirror). Wavefront measurements are recorded with the adaptive optics loop off (i.e., with input phase aberrations) and then with the adaptive optics loop on (i.e., with residual phase aberrations). For each slope measurement, a residual transfer function is obtained. These residual transfer functions are averaged to obtain one overall rejection transfer function, which is shown in Fig. 5. This experimental rejection transfer function is compared with the theoretical one, assuming a two-frame delay and a 0.5 gain (which is the actual setting used during the acquisition). The good match demonstrates that no additional delay or jitter was present during the acquisition and that the temporal performance of the loop is as expected. It has to be noted that, even with a fast adaptive optics loop (60 Hz in this case) and with a high gain (0.5), the loop cutoff frequency, i.e., the highest corrected temporal frequency (associated with 0 dB value), is approximately 4 Hz.

B. Projection of High-Resolution Features onto the Retina

Projecting high-resolution features onto the retina is required to benefit from the improved resolution and optical sectioning yielded by structured illumination microscopy. In our setup, the illumination source is placed upstream of the deformable mirror, thus benefiting from AO-correction on the way into the retina.

To assess the capability to project image high-resolution features in the retina, we first project a point source pattern using the wavefront sensor beacon, with and without forward aberration compensation by the AO loop, in a real eye (see Fig. 6). A better confinement of the laser beacon is noted with an AO correction, although multiply-scattered light makes a reliable size assessment difficult.

We next used a modified field stop on the imaging source, corresponding to an illumination pattern made of two half moons (i.e., a circular field diaphragm, with a cylindrical mask placed vertically in its center). Figure 7 presents the averaged image from a video sequence of the large illumination patch on a phantom eye (OCULAR Model OEMI-7, presenting 3.5 diopters myopia) with and without AO-correction. With AO-correction (on the right), the edges of the illumination patch can be easily identified. On the other hand, without AO-correction (on the left), the field diaphragm is almost imperceptible, and no edges can be identified.

C. Imaging Performance

A standard way to assess retinal imaging performance is to observe the densely packed mosaic of photoreceptors. In order to illustrate the various steps in retinal image processing (see Fig. 3) and to emphasize the gain of using a 50 Hz AO-loop correction, Fig. 8 presents images of the same cone mosaic and the associated power spectral density with increasing quality: single raw image with a 10 Hz AO-loop correction (a), (b); montaged images (made from 160 short exposure images) with uneven background correction with a 10 Hz AO-loop correction (c), (d); and with a 50 Hz AO-loop correction (e), (f ). This last image is then deconvolved to obtain the mosaic presented in (g), (h). At each step, we can observe in the power spectral density (PSD) maps that the typical Yellott's ring [22] becomes more highly contrasted at each step.

Further analysis can be done by plotting the radial average of the power spectral density from each of these images [Fig. 8(i)]. The black dashed line highlights the typical photoreceptor spatial frequency peak for this region (4°temporal), around 100 cycles/mm. It is possible to distinguish the photoreceptor spatial frequency peak in the raw image PSD (black line), but it is still dominated by noise. The signal-to-noise ratio at this frequency is dramatically improved by averaging 160 registered images (which represent 0.8 s image acquisition) and by correcting uneven background illumination (magenta and green lines). A clear signal-to-noise-ratio gain at the photoreceptors' spatial frequency peak is witnessed between a 10 Hz (magenta) and 50 Hz AO-loop correction (green). The frequency content of the averaged images almost reaches the diffraction limit, i.e., the optical cutoff frequency of the system at 323 cycles/mm (blue dashed line), allowing an effective deconvolution yielding an improved image contrast.

D. Imaging Various Zones in the Retina

This AO-FIO system is able to resolve microscopic features, as shown previously. In this section, we illustrate the image quality yielded by the resolution and contrast of the instrument on various zones of the retina.

Figure 9 shows representative images of retinal vessels, ranging from 3 μm capillaries to 80 μm arteries. The resolution performance and the wide accessible field of view achieved by our platform are particularly suited to image the retinal vascular network, from small vessel structures-vessel walls [see red arrowheads in Figs. 9(a . Such distortionless images of the retinal nerve fiber layer could be valuable to understand and recognize early cases of glaucoma [23]. These images also reveal how nerve fibers and vessels are intertwined: Some vessels are embedded in the nerve fiber layer [yellow arrowhead in Fig. 9(b) and red arrowhead in Fig. 9(d)], and others are partially sitting on top of the fiber layer [red arrowhead in Fig. 9(b) and yellow arrowhead in Fig. 9(d)].

The combination of a large field of view and distortionless and high spatial resolution with the high temporal resolution of the system allows the visualization of large vessel deformations. An example is presented in Visualization 1 corresponding to the image sequence from which Fig. 10 has been averaged (the blur on the vessel bend is actually due to its motion during the sequence). In this video, we observe a 50 μm diameter vessel, curved with a large bend radius, undergoing a horizontal deformation with the cardiac pulse.

Finally, a high-resolution image sequence of the lamina cribrosa was acquired resulting in the average image in Fig. 11. We are able to resolve collagen fibers from various layers of the mesh-like structure (the yellow arrowhead shows a fiber inside a pore of the lamina cribrosa) and capillaries irrigating the lamina cribrosa (red arrowheads indicate a vessel crossing the laminar mesh). Blood flow in the capillaries is visible in the video sequence (see Visualization 2, the video corresponding to Fig. 11).

DISCUSSION

This paper shows the capabilities of a high-performance adaptive optics loop coupled to a flood illumination retinal imager. Imperfect knowledge of the system (e.g., interaction matrix miscalibration, real-time computer jitter, deformable mirror oscillations) can be accommodated by the use of a smaller gain but at the price of a reduced temporal bandwidth correction. The experimental adaptive optics rejection transfer function shown in Section 3.A proves that our loop is stable at 60 Hz (with two-frame delay, without jitter) with 0.5 loop gain, which is the maximum gain to ensure usual stability margins. The benefit of a fast AO loop (50 Hz compared with 10 Hz) is demonstrated in Fig. 8. The spectral content of the images reaches the 2.3 μm diffraction limit (optical cutoff frequency) and the signal-to-noise of photoreceptors' spatial frequency is improved by a factor of 4 at 50 Hz compared with 10 Hz. Vessel wall structures, capillaries, and lamina cribrosa fibrinogen mesh are revealed on 3°× 2°video sequences acquired at 200 Hz. This high spatial resolution capability at a high frame rate over a large field of view is undoubtedly underutilized in the retinal imaging community (apart from the commercial apparatus by imagine eyes), probably to an imperfect correction of the aberrations. To our knowledge, flood illumination systems have only been used with slower adaptive optics loops (typically 10 Hz) and lower gains. Also, the importance of a correct conjugation of the eye pupil with the deformable mirror, a key aspect for anisoplanatism mitigation, is probably underestimated.

This is all the more important seeing that flood illumination modality has lower optical sectioning than the scanning laser ophthalmoscope. The only way to beat the photon noise entailed by defocused layers is to have high contrast features at medium to high spatial frequencies. The signal-to-noise ratio at these spatial frequencies is directly linked to adaptive optics performance. More generally, a flood illumination point spread function is the square root of the confocal scanning laser ophthalmoscope point spread function [24], making aberrations all the more detrimental and a proper adaptive optics correction all the more critical.

The results presented here suggest many investigations to be pursued via our adaptive optics flood illumination ophthalmoscope. For instance, we demonstrate in [25] that a fast adaptive optics loop enables better capacity to separate layers in a flood illumination ophthalmoscope. The wide-field 200 Hz imaging capability could be an extremely valuable tool to assess red blood cell trajectories in vessels from small capillaries to large arteries or veins. Angiography at 593 nm in AO-FIO has been performed by Bedggood and Metha [26], but the capability to obtain similar results at a wavelength that is comfortable for the patient and is neutral in terms of visual stimulation (e.g., the 860 nm imaging wavelength used in the present paper) would be an asset for neurovascular coupling studies in the human eye. The dynamic study of vessel deformation under the systolic wave from video sequences such as in Visualization 1 could be used for local vascular elasticity assessment. Blood flow in capillaries at the surface of the lamina cribrosa (see Visualization 2) as well as distortionless nerve fiber layer high-contrast images could be used in glaucoma early management. Last but not least, the double-pass correction of aberrations enables us to project high spatial frequency patterns onto the retina. This paves the way toward structured illumination ophthalmoscopy, a technique that could reach AO-SLO optical sectioning and resolution with an AO-FIO setup.

The resolution performance achieved by our setup, thanks to careful control of AO parameters, opens up the prospect of a return to favor of flood illumination adaptive optics systems, particularly in view of their inherent advantages over scanning systems of distortionless, high-speed imaging. 

Conclusion

In this Chapter we have shown the strengths of the the Paris AO-FIO system, such as the resolution performance and the high frame rate, as well as the benefits brought by a careful control of the AO parameters. In particular, we demonstrated the structured illumination capabilities of our set-up, which will be exploited in the following Chapter.

Chapter 5

Designing a new illumination for AO-FIO AO-SLO has benefited from implementations inspired from scanning microscopy, like a confocal pinhole or dark-field imaging (cf.Ch. 2), improving its optical sectioning and contrast and leading to better image quality. Little has been done to AO-FIO since adaptive optics was first implemented, which led us to question ourselves about the possible improvements inspired from the microscopy field that this system could benefit from. The same manipulations conducted on AO-SLO cannot be achieved on AO-FIO because of the optical design of the full field configuration, which makes it quite impossible to separate multiply scattered from ballistic photons at detection. Thus, full field microscopy techniques were explored and proved to be more adapted to our flood system. In particular we identified a few techniques that could be implemented in AO-FIO: First, we were interested in two modalities exploiting the sample scattering, dark-field and phase imaging. Although there are several ways to achieve these modalities, we selected the method that seemed more adapted to our AO-FIO system, oblique back-illumination microscopy. This technique enables the extraction of phase information of a weak scattering thick sample by introducing an asymmetry in the illumination. When setting a particular obliquity all the ballistic photons are discarded leading to dark-field while the acquisition of images with opposed angle of incidence on the sample leads to phase imaging after specific processing. Although optical sectioning and contrast are improved with phase imaging, the spatial resolution remains unchanged and thus lower than the resolution in confocal AO-SLO. To improve the spatial resolution of our system we have contemplated the implementation of another technique from the microscopy field: Structured Illumination Microscopy (SIM). This imaging technique increase the spatial resolution by illuminating the sample with sinusoidally fringe patterns at different orientations and phase shifts. This has the effect of introducing high frequency information of the object into the visible range of the optical instrument by aliasing. The resulting image is processed with specific reconstruction algorithms which allow to recover frequencies beyond the cut-off frequency imposed by the optical transfer function of the optical instrument [START_REF] Mats | Surpassing the lateral resolution limit by a factor of two using structured illumination microscopy[END_REF].

The aim of this Chapter is to design a new illumination path leading to an oblique illumination of our sample, the retina. A first Sect. 5.1 describes the principle of oblique back-illumination and how it could be adapted to retinal imaging, and ends with small explanation of structured illumination microscopy. Then, in Sect. 5.2 we derive the illumination geometries that we must be able to achieve with our beam to implement oblique illumination of the retina and summarize the steps of the development of a new illumination path for our AO-FIO incorporating those geometries.

Inspiration from microscopy

Oblique back-illumination

In full field microscopy, researchers have improved contrast by manipulating the illumination geometry such as in dark-field or phase contrast imaging [START_REF] Douglas | Fundamentals of light microscopy and electronic imaging[END_REF][START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF]. These techniques were implemented by modifying some parts of the standard microscopes, one of the techniques implies the manipulation of the geometry of the illumination beam, which can achieve the detection of phase variation or even the canceling of the background contribution at the camera plane. Most of the samples in microscopy though are illuminated in a trans-illumination configuration and are very thin. In retinal imaging we are confronted with two issues: imaging in an epi-illumination configuration (illumination and detection from one side of the sample), as well as dealing with a thick scattering sample. For this reason, we consider adapting a microscopy technique developed by Ford et al. [START_REF] Ford | Phase-gradient microscopy in thick tissue with oblique back-illumination[END_REF] enabling the phase imaging of thicker scattering samples: the oblique back-illumination. This technique relies on the strong back-scattering of a deep layer of the thick sample to create a secondary source which scatters back through the superior layers illuminating them in a trans-illumination configuration. In particular, this back-scattering reaches the sample, here another layer of the thick sample, with a certain obliquity (see Fig. 5.1). The principle of the technique becomes then the same used in more standard oblique illumination microscopy (in a classic trans-illumination configuration microscopy set-up illuminating a thin sample) which is to introduce an asymmetry in the illumination beam of the sample in order to observe phase information in the camera plane. In this asymmetric illumination configuration, the phase contrast derives actually from an asymmetry in the Fourier space which is created by a differential filtering at the pupil plane due to the finite span of the aperture pupil. A quantitative approach of this technique has been presented by Tian et al. [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF] whose main aspects are shown here below. When considering a thin sample, in our case the layer of the retina we are imaging, we can write its complex transmission function:

o(r ) = exp[-µ(r ) + i φ(r )]
, where µ and φ characterizes the sample absorption and phase respectively and r is the spatial coordinates at the sample plane. If we adopt the weak phase approximation, the complex transmission function of the sample can be linearized and neglecting the cross terms between µ and φ is given by: o(r ) ≈ 1 -µ(r ) + i φ(r ). This approximation can be used when the object is weak (with low absolute phase or amplitude) [START_REF] Dk Hamilton | Improved imaging of phase gradients in scanning optical microscopy[END_REF][START_REF] Streibl | Three-dimensional imaging by a microscope[END_REF][START_REF] Rose | Nonstandard imaging methods in electron microscopy[END_REF]. The sample is illuminated by an incoherent illumination source with an intensity distribution S(u'), with u' the coordinates on the source plane and the system pupil is described by the pupil function P(u") (on the Fourier space). Figure 5.2 shows the optical system of this model where the oblique illumination is achieved by illuminating half a circle of LED array.

Using this model we can write the intensity spectrum at the camera plane as the sum of multiplications between optical transfer functions for absorption (h abs ) and phase (h phase ) and the Fourier transform of the physical quantities absorption µ and phase φ [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF][START_REF] Phillips | Single-shot quantitative phase microscopy with color-multiplexed differential phase contrast (cDPC)[END_REF]:

Ĩ (u) = B δ(u) + H abs (u) • μ(u) + H phase (u) • φ(u) (5.1)
Where B represents the background term measuring the total energy passing through the optical system, and the terms H abs and H phase are the transfer functions for absorption and phase, respectively. The Weak-Object Transfer Functions (WOTF) for both amplitude and phase can be derived [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF][START_REF] Phillips | Single-shot quantitative phase microscopy with color-multiplexed differential phase contrast (cDPC)[END_REF][START_REF] Yao | Wide-field anti-aliased quantitative differential phase contrast microscopy[END_REF][START_REF]Quantitative phase retrieval with arbitrary pupil and illumination[END_REF]:

B = S(u )|P (u )| 2 d 2 u (5.2) H abs (u) = -( S(u )P * (u )P (u + u)d 2 u + S(u )P * (u )P (u -u)d 2 u ) (5.
3)

H phase (u) = i ( S(u )P * (u )P (u + u)d 2 u - S(u )P * (u )P (u -u)d 2 u ) (5.4)
Equations 5.3 and 5.4 provide general expressions for WOTF of absorption and phase since it can be applied to any illumination patterns and pupil functions. In Differential Phase Contrast (DPC) method, the acquisition of two images for each axis direction enables us to calculate the phase contrast image of the sample [START_REF] Shalin | Quantitative phase-gradient imaging at high resolution with asymmetric illumination-based differential phase contrast[END_REF][START_REF] Dk Hamilton | Differential phase contrast in scanning optical microscopy[END_REF], here a layer of the retina. For one direction the phase contrast image I DPC is given by:

I DPC = I θ -I -θ I θ + I -θ (5.5) 
where I θ and I -θ represent images illuminated with opposite angle of incidence.

We can consider that when using the strong back-scattering from the RPE, we approximate the conditions from [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF] leading to the same optical effect that can be described with the theoretical model presented above. Figure 5.2 (B) shows a schematic drawing showing how the obliquity is also obtain by shifting the illumination with respect to the system pupil. In [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF] they achieve this shift by illuminating half of a circle LED array (shown in Fig. 5.2 (A)) while in our case we use an aperture stop at a pupil plane. Additionally, our system can be considered aberration-free where our pupil function is a circular function with a radius set by the numerical aperture of the system, and is thus real and symmetrical. With these hypotheses,we can derive the following conclusions. The absorption transfer function H abs is symmetric while the phase transfer function H phase , on the other hand, is asymmetric [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF][START_REF] Phillips | Single-shot quantitative phase microscopy with color-multiplexed differential phase contrast (cDPC)[END_REF]. We derive the specific transfer functions for the DPC image [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF]. Given that the effective illumination source of the DPC image is anti-symmetric: 1) The background term B and the DPC absorption transfer function H DPC abs are cancelled.

2) The DPC phase transfer function H DPC phase is also anti-symmetric and non zero except along the axis of asymmetry. It is interesting to note that in the case of well aligned system the two terms from the transfer function H phase from Eq. 5.4 cancel out while the subtraction becomes non zero when there is an asymmetry of the illumination distribution with respect to the system pupil. The interest of doing a differential contrast image is to suppress the term of background and absorption that can reduce the contrast of the final image.

In conclusion, when imaging a transparent and weak phase sample the intensity at the camera can be separated in three terms, a background intensity, an absorption intensity and a phase intensity. This last one, which is canceled out in the case of well aligned detection and illumination pupils of the system, becomes visible by the camera when we introduce the asymmetry between pupils (or obliquity of illumination) while the other two remain unchanged by the asymmetry. Therefore, if we acquired two images of the same structure illuminated through two opposite angles we should obtain at the camera two images with opposite phase information and the same absorption and background information.

An adaptation of the oblique back-illumination technique has been implemented for retinal imaging using transcleral illumination [START_REF] Laforest | A new microscopy for imaging retinal cells[END_REF]. Indeed, the retina is a thick sample which seems well suited for this oblique microscopy technique. The retina has a deep layer, the retinal pigment epithelium, which strongly back-scatters and therefore could be used as the deeper layer serving as secondary source. Additionally, the retina is a transparent organ with several layers which imply that if we only consider the layer or structures of interest to be our sample, we can hypothesize these structures phase to be sufficiently small to use the weak phase approximation adopted for this technique. In the following Part.III we will describe how to implement this phase imaging in our AO-FIO by changing the angle of incidence of the illumination beam of the AO-FIO onto the retina.

Structured Illumination Microscopy

Another full-field microscopy technique that could be adapted in the AO-FIO system is Structured Illumination Microscopy (SIM). This method has been developed in microscopy to improve resolution and optical sectioning of the image and consists in manipulating the illumination of the sample by superimposing a grid pattern and shifting or rotating it while acquiring the images. Computational techniques are applied to the images in order to remove the effect of the structure and to extract high frequency spatial information leading to a reconstructed final image with a lateral resolution improved with respect to the one obtain with diffraction-limited instruments.

Indeed, the spatial resolution in a diffraction-limited incoherent optical system can be described by the point spread function (PSF), which is obtained from the square of the Fourier transform of the aperture. The corresponding Optical Transfer Function(OTF), the autocorrelation of the aperture, is equal to zero beyond the cut-off frequency f c which implies that all spatial information beyond that limit is lost. The idea of SIM is to inject high frequency information inside the support of the OTF by means of amplitude modulation before the convolution, i.e., SIM introduces aliasing through modulation to gain information beyond f c . Indeed, multiplying a signal by a sinusoide consists simply in modulating in amplitude such signal. Therefore, spatial frequencies of the modulated signal will appear symmetrically on either side of the frequency scale around the modulation frequency specified by the sinusoid (which translates in three deltas of Dirac in the Fourier domain shown in Fig. 5.3 for one direction x). This leads to the transfer of spatial frequencies beyond the cut-off of the optical transfer function (OTF) to the observable frequency region that can be reassigned to their correct position through specific post-processing.

The illumination modulation pattern in both spatial and frequency coordinates is expressed as:

m(x, y) = I 0 1 + α cos 2π(k x x + k y y + φ) , (5.6 
)

M ( f x , f y ) = I 0 δ( f x , f y ) + α 2 δ( f x -k x , f y -k y )e +2i πφ + α 2 δ( f x + k x , f y + k y )e -2i πφ , (5.7)
where (x, y) and ( f x , f y ) are, respectively, spatial and frequency coordinates. Parameter α is the modulation depth and φ is the phase shift of the sinusoid. With this modulation, three deltas in the Fourier domain are introduced by the pattern and placed on the frequencies (0, 0), (k x , k y ) and (-k x , -k y ).

The spectrum G( f x , f y ) of an image observed on a microscope characterized by an OTF H ( f x , f y ) of an object f (x, y) (with continous Fourier transform F ( f x , f y )) multiplied by the pattern defined by Eq. 5.6 is given by:

G( f x , f y ) = I 0 H ( f x , f y ) F ( f x , f y ) + α 2 F ( f x -k x , f y -k y )e +2i πφ + α 2 F ( f x + k x , f y + k y )e -2i πφ .
(5.8) This equation can be rewritten as:

G( f x , f y ) = D 0 ( f x , f y ) + D -( f x , f y ) + D + ( f x , f y ),
(5.9)

where D 0 ( f x , f y ) = I 0 H ( f x , f y )F ( f x , f y ) is the conventional wide-field image and D -( f x , f y ) and D + ( f x , f y ) are the terms which translate portions of the object's Fourier transform that usually lie outside the pass-band of the system and are inaccessible in a conventional image into the pass-band of the system [START_REF] Sapna | Structured illumination imaging[END_REF]. Since in the expression for G( f x , f y ) (Eq. 5.9) there are three unknowns corresponding to the three different components D 0 ( f x , f y ),D -( f x , f y ) and D + ( f x , f y ), at least three images need to be acquired with different phase information to derive them. In the original method [START_REF] Mark Aa Neil | Method of obtaining optical sectioning by using structured light in a conventional microscope[END_REF] this is solved taking three images corresponding to different modulation phase shifts of φ = 0, φ = 2π/3 and φ = -2π/3. Finally, the same procedure must be repeated with the orientation of the sinusoidal pattern rotated of 60°and 120°in order to cover all possible directions in the Fourier space.

Both of these microscopy techniques can potentially be translated to wide field imaging with an ophthalmoscope using adaptive optics. In both cases it implies the manipulation of the illumination geometry. The next section explores the two illumination geometries required in our AO-FIO to achieve those modalities.

Building a new illumination path

In the previous section we described the microscopy configurations that could be adapted to AO-FIO and which are based on the manipulation of the illumination geometry of the sample. We discussed the possibility of readjusting these modalities to the case of a thick sample such as the retina which is imaged in a epi-illumination configuration. In this section we explore the potential illumination geometries to implement in our AO-FIO system that would include those readjustments before we detail the development of a new illumination path.

Deriving two illumination geometries

The principle of the oblique microscopy described above is to generate phase information of the sample in the imaging camera plane by introducing an asymmetry in the illumination. In Subsect. 5.1.1, we defined how this obliquity could be applied to a thicker and scattering sample like the retina leading us to the conclusion that the illumination beam should either irradiate next to the region of interest or reach the retina with various angles of incidence. Additionally, in order to achieve structure illumination in the retina we need to be able to project fringes of different sizes and in different directions on the retina. We have deduced that to exploit the phase contrast we need to modify our imaging system so as to control the shape of the illumination at the retinal plane (or sample plane) and to control the angle of incidence of the beam to the retinal plane. Indeed, our whole optical system is the AO-FIO including the retina as a sample, meaning that the lens of the eye serves as the last lens in the optical system. As it was described in Ch. 4 the illumination of the retina in our AO-FIO is achieved by imaging a Superluminescent Diode (SLD) onto the retina. In Fig. 5.4 we show two schematic drawings with the two illumination geometries we wish to obtain and the planes of the eye in which the illumination must be manipulated. Figure 5.4(A) corresponds to the control of the shape of the illumination. This modulation of the illumination takes place at the sample plane, i.e. the retina, which in our system is conjugated with the focal planes, including the imaging camera plane. Therefore, manipulating the illumination at the retina implies a modulation of the illumination at a focal plane in our AO-FIO system. On the other hand, Fig. 5.4(B) shows the variation of the incident angle of the illumination beam. To control this angle Θ we must be able to apply a shift to the position of the illumination beam at the pupil plane of the eye: the eye lens. The AO-FIO has been designed in order to have the eye lens plane conjugated with all the pupil planes of the system. Thus, a shift in the eye pupil plane implies a modulation of the illumination at a pupil plane of the system. We have determined two illumination geometries inspired from full field microscopy along with the planes in the eye, focal or pupil, where the beam need to be manipulated. From these definitions we have then derived the optical design of a new illumination for our system allowing both geometries.

Optical design

Two possible methods to achieve the illumination modulations shown in Fig. 5.4 are presented in Fig. 5.5 in the form of two schematic layouts. First, in order to achieve a modulation of the illumination at a focal plane, we have selected a Spatial Light Modulator (SLM) working in a reflection configuration as shown in Fig. 5.5(A). When the illumination is focused on the device, we can apply a shape to the SLM that is projected to all the following focal planes, including the retina. Figure 5.5(B) presents the manipulation of the illumination at a pupil plane to vary the angle of incidence of the illumination on the retina. The modulation is conducted by introducing a stop aperture at a pupil plane followed by tiptilt mirror which can shift the position of the illumination beam at the next pupil planes, including the eye lens. An SLM is placed at the focal plane conjugated to the retina. This SLM is an array of micromirrors that can take ON positions, reflecting the light towards the retina and OFF positions, discarding the rest of the photons out of the optical system. The illumination pattern is then formed at the SLM plane and is then projected by the whole optical system (including the lens of the eye) onto the retina. (B) corresponds to the pupil plane modulation, meaning the shift of the illumination beam at the eye pupil leading to varying incidence on the retina. The shift at the pupil plane is achieved by introducing an aperture stop at a pupil plane, which reduces the size of the beam, before a tip-tilt mirror placed at the next focal plane. The mirror is depicted in green at the first position and orange after a rotation of an angle Θ. The rotation leads to a variation in the angle of incidence of the illumination (the two different incident beams are depicted in green and orange in association with their respective mirror positions).

An optical design of a unique illumination path including both modulations from Fig. 5.5 has been conceived and is presented in Fig. 5.6. The new illumination path is highlighted in yellow in Fig. 5.6(A) inside the AO-FIO layout and a zoom of this subsystem is shown in Fig. 5.6(B). We can identify all the key elements described in Fig. 5.5 enabling the two illumination geometries: an SLM is placed in a focal plane after a 2F system D18-D17 imaging the light source. This SLM reflects a selected pattern towards the D16 lens, the next element in the optical path, in a 24°angle. After the D16 lens, an aperture stop is placed in the next pupil plane limiting the pupil of the system. The light is then focused by D15 onto a tip-tilt mirror placed in a focal plane. The rotation of this mirror will shift the image of the pupil created by the aperture stop by the 2F system D15-D14 in any direction of the following pupil plane. 

f 18 = 20mm, f 17 = 50mm, f 16 = 75mm, f 15 = 75mm, f 14 = 50mm.
When doing the modulation in the focal plane, the aperture stop P G , is selected to have the size of the current pupil system, i.e. 5mm at the eye pupil plane, and the tip-tilt mirror is in resting mode with a 45°angle. When the modulation in pupil plane is being conducted, the SLM reflects all the beam like a flat mirror, a smaller aperture diameter is selected for the P G aperture stop and the tip-tilt mirror is being powered to achieve rotation.

The implementation of this subsystem is detailed in the following subsection.

Implementation

The new illumination path designed in the previous subsection is composed of the optical elements shown in Tab. 5.1. The aperture block is a manufactured piece allowing the screwing of different aperture sizes. The light source selected here is the same SuperLuminescent Diode than our current AO-FIO system described in Ch. 4. A more exhaustive description of the two last elements of this table, the SLM and the tip-tilt mirror is given below.

Optical elements of the path

Digital Micromirror Device as SLM

We have chosen as SLM an array or mirror known as Digital Micromirror Device (Keynotes, USA). The micromirrors are diamond shaped and can be set into two positions by a rotation of a ±12°tilt angle: mirrors in the ON position or +12°reflects the light towards the rest of the system while mirrors in -12°discard the light outside of the optical system. The micromirror array is controlled through a computer using a specific software, from which we can set the shapes to project onto the retina. Binary images with black pixels correspond to mirrors in OFF state and white pixels to those in ON state. 

S-334 Piezo tip-tilt Mirror

Finally the tip-tilt mirror acquired is Physik Instrument piezo-electric mirror (see Fig. 5.8), powered by an electrical supplier and controlled through a computer using a custom made LabVIEW software (National Instruments, USA). The tip-tilt mirror has been chosen so as the maximum angle of incidence we can achieve with our system be limited by the diameter of the system pupil. We have computed this maximum value which corresponds to a position of the illumination pupil as close to the edge of the eye pupil as possible. The maximum shift that the mirror must achieve in order to shift the illumination beam up to the edges of the eye pupil is 2.5mm in every direction, corresponding to a mechanical rotation of the tip tilt mirror of ±15mrad, which falls inside its specifications (cf. Tab.5.2 for the details of the requirements and specifications of the tip-tilt mirror). 

Requirements

Alignment procedure

Accurately placing the optical elements in position is essential to the correct functioning of this new illumination subsystem. The new light source, SLM and tip-tilt mirror must be placed at planes conjugated with the focal planes of the system, as well as the pupil planes of this new path being well conjugated to and aligned with the pupil planes of the existing AO-FIO system. A summary of the implementation procedure undertaken to place, align and calibrate the elements of this new illumination path is presented in this subsection.

Each optical element has first been placed at its approximated position using a millimeter ruler for distances and a protractor for angles, then has been more accurately aligned using optical alignment tools such as afocal telescopes or viewfinders.

As shown in Fig. 5.6(B) the new illumination path has three optical axes {A1, A2, A3}. The elements of the A1 axis have been sequentially aligned one after the other until the tip-tilt mirror while the elements of axis A2 and A3 excepting the SLM have been aligned separately. Then, each aligned ensemble A2 and A3 has been placed in the optical bench and aligned with respect to the tip-tilt mirror and SLM.

The optical elements of this subsystem are placed either in a pupil plane or a focal plane of the system separated by an optical lens placed in a 2F configuration.

Alignment of elements in pupil planes

In this new subsystem, elements placed in a pupil plane are all aperture stops with three degrees of freedom. The alignment procedure for the two elements in pupil planes consists in finding the longitudinal position of the pupil plane in the optical axis and then achieving a transverse alignment of the plane in order to be centered with as well as parallel to the rest of the pupil planes of the system.

The longitudinal alignment is achieved by first illuminating an element of the AO-FIO system in a pupil plane using a pocket lamp, for instance at the deformable mirror. Then we have placed the viewfinder in the new illumination path close to the pupil position and have fixed it when seeing the image of the deformable mirror illuminated by the lamp. The optical element in the pupil plane, for instance an aperture stop in A1 Pupil plane, is placed using a millimetre ruler at its position. The aperture was then slid while illuminating it with a lamp until a sharp image of the aperture can be seen in the viewfinder. Both the image of a pupil plane of the current AO-FIO system and the aperture we want to place appear in the same plane through the viewfinder. The transverse alignment of the pupil has been achieved after having placed all the elements of the new path. Then we turned on the light source of this subsystem with a visible light and used the pupil camera of the AO-FIO. The Diagnostic path of the AO-FIO was used. We placed a paper in front of its light source and slid the path so the beam is reflected towards this diagnostic path and then reflected back towards the camera.We have used the aperture at the diagnostic pupil position whose size can be modified to center and align the pupils of the new path.

Alignment of optic lenses

Optical lens are placed in a 2F configuration, meaning that pupil and focal planes in the subsystem are successively at the focal planes of the lenses or to infinity. After placing the lenses in their positions using the millimeter ruler we achieve a more precise alignment thanks to the afocal telescope. For instance, for the case of D14 we have illuminated with a lamp close behind the previously aligned aperture stop in A1. We have slid D14 until the image of the aperture looked sharp through the afocal telescope and fixed the longitudinal position. The transverse alignment of the lens is achieved through autocollimation. A mirror is stuck to the side of the lens looking towards the AO-FIO system where a visible beam is shot from the diagnostic illumination path. Using a paper in front of the Pupil plane in A1 we verify that the incoming and reflected beam are confounded.

Alignment of the elements at focal planes

Three important elements are placed at focal planes of the system in this new illumination path: the new light source, the tip-tilt mirror and the SLM. The source as mentioned before is aligned separately when aligning the A3 axis. The two remaining elements are aligned in the following way.

The tip-tilt mirror has six degrees of freedom and has been aligned without being power supplied. The longitudinal position has been identified by first placing the viewfinder where the image of the diagnostic source looks like the sharpest point spread function. Then the mirror is slid until the residual dust on the middle of its surface looks sharp as well through the viewfinder. Then the mirror has been rotated with respect to the vertical and horizontal axes until the reflected beam is parallel to the table (i.e. it is not deviated) at a 45°angle with respect to axis A1. The correct position of the beam has been verified using a millimetered grid paper affixed to a bracket. An iteration of successive longitudinal and transverse alignment was necessary to achieve an accurate alignment of the mirror.

The SLM has been aligned after placing axis A2, which was aligned separately using the methods explained in the previous paragraph for lenses and aperture stop alignments. Using the diagnostic beam with visible light, the whole axis has been positioned so the elements are aligned with the optical axis drawn by the beam thanks to alignment apertures of half a millimeter placed on each lens as well as the aperture stop. Then, using the afocal telescope the image of the diagnostic source should be at the infinity of the D15 lens. The whole A2 axis is slid until the image of the point source looks sharp through the telescope.

The SLM is placed using a millimeter ruler at the focal plane of D16. Similarly to the alignment of the tip-tilt mirror we have used the viewfinder to accurately slide the SLM into its precise longitudinal position. The SLM has five degrees of liberty that we use to align the beam with the optical axis of A3. As mentioned before, the SLM is an array of micromirrors set into two positions of 12°with respect to the optical axis perpendicular to the array, and therefore when the SLM is placed orthogonal to the optical axis of A2, the optical reflection angles are 24°on each side depending if the mirrors are on ON or OFF state. We first have aligned the SLM by autocollimation orthogonal to the optical axis of A2 using the mirrors in resting state (without power supply of the SLM). Then when turning ON the SLM and setting all the mirrors in ON positions the beam is reflected with an angle of 24°. The A3 axis, which has been separately aligned as well, is then placed by centering its axis with the beam using alignment apertures. Using the afocal telescope, A3 axis is slid until the SLM is placed at the focal plane of D17.

Difficulties and limitations

The first difficulty this alignment presented was the restriction in space. Since all the elements of this subsystem are confined in approximately a 20 x 50 cm 2 area, positioning the alignment tools was a challenge in such a reduced space. The second challenge was the alignment of the SLM. The array of micromirrors acts as a grating splitting the beam into various diffraction orders when using the visible point source. This effect led to several alignment and imaging limitations. The first consequence of this effect is related to the energy of the orders. Because of the micromirrors tilt, the grating is blazed and depending on the wavelength used and the angle of incidence on the grating the energy can be shifted from the higher orders towards the first order. Indeed, when rotating the SLM with respect to the vertical axis we have observed that the energy goes from being almost completely equally distributed between four orders to being almost fully concentrated in the first order. Since the four orders are separated by a a few millimeters when reaching the next pupil plane after the SLM, the system pupil would filter out a large part of the energy. Therefore, we have to rotate the SLM so a maximum of the energy of the diffracted beam is concentrated in the first order. Additionally, there is an issue with the wavelength. We want to use the visible wavelength for this alignment, but the optimal angle in order to have the maximum energy in the first order varies with the wavelength, and is therefore going to change when using the near-infrared wavelength of our system. To solve this we have found an optimal angle in the visible light and then optimize it in the infrared using a watt-meter to identify the angle of the SLM giving the maximum energy.

Finally, even when finding this optimal angle for the diffraction, the pupil of the system filters out some of the diffracted light. This leads to a reduction of the quality of the pattern projection in the borders of the field of view and needs to be optimized in future work.

Structured Illumination Imaging

The implementation of the SLM in the new illumination path enables us to project patterns onto the retina, and can be used in particular to project the sinusoidal pattern necessary to develop structured illumination in our system. Adding to this the fact that the illumination is corrected for eye aberrations (cf.Ch. 4), the projection of such patterns was achieved on a human retina in-vivo and is presented in Fig. 5.9 (A). The work in this thesis concerning the SIM was limited to the manipulation of the illumination of the AO-FIO in order to be able to project the necessary structured illumination. The development of specific image processing was started by [START_REF] Baena-Galle | Optical sectioning with structured illumination microscopy for retinal imaging: inverse problem approach[END_REF] and is the subject of another thesis currently in progress at ONERA and INSERM.

Conclusion

In this Chapter we have summarized the principal modalities from the field of microscopy that have inspired two new illumination geometries as well as the details of the implementation of the a new illumination path in our AO-FIO allowing such geometries. These two manipulations of the illumination allow the projection of patterns whose size, shape and position in the field of view can be easily modified. These illumination projections have been used to develop modalities improving the contrast and optical sectioning of the retina which are described in Chs. 6, 7. The second developed illumination geometry, i.e. the variation of angle of the incident beam on the retina, has has led to two different imaging modalities. On the one hand, inspired from oblique microscopy, we have implemented phase imaging of the retina described in Ch. 8. On the other hand, this illumination incidence variation can be an instrument allowing a functional analysis of the photoreceptors: the derivation of their orientation. The details of this functional application are summarized in Ch. 9.

Part III

Imaging instruments: Design, integration & testing

The optimization of our experimental setup led to high quality brightfield images of very refelective structures such as photoreceptors and large vessels. However, the less contrasted and transparent structures were still hard or even impossible to see and required further development. The two modulations of the beam at the focal and pupil planes of the AO-FIO illumination path achieved in the previous Part II are exploited here together with specific image processing to develop more advanced imaging modalities. In the following two chapters composing this part, two imaging modalities are implemented with the modulation of the illumination at the focal plane: dark-field and pseudo-confocal imaging. A third instrument is developed in the last chapter of this part, which modulates the illumination at the pupil plane achieves the variation of the angle of the incidence of the beam and is adopted here to perform phase imaging. Another application for this last instrument is explained further in this thesis manuscript. In each of these chapters the details of the implementation steps as well as the resulting enhancement in image quality such as the improvement of contrast or optical sectioning are presented.

Chapter 6

Developing a dark-field modality in full field ophthalmoscope

Introduction to the article

In Ch. 5 we described oblique back-illumination microscopy as the method from a range of imaging modalities that would be best suited to be translated into our AO-FIO setup in order to visualize fairly transparent and hypo-reflective retinal structures. The idea of using modalities exploiting multiply scattered light came first from studies carrying out these kind of axis techniques in AO-SLO set-ups. In particular, Chui et al. hypothesized that such exploitation should be possible in wide field setup corrected with adaptive optics [9]. This hypothesis was validated by images obtained with our AO-FIO system near the lamina cribrosa region. Figure 6.1 (B) shows a vessel above the lamina cribrosa next to an average image of a vessel from the peripheral retina (Fig. 6.1(A)). The aspect of these vessels are completely different, with the peripheral vessel showing a standard bright-field contrast while more features, such as wall structure, can be visualized on the other vessel localized near the lamina cribrosa. Indeed, Fig. 6.1 (B) displays a contrast typical of dark-field imaging in AO-SLO. We interpreted this contrast as an effect of the strong back-scattering coming from the lamina cribrosa that illuminates the vessel from below in a trans-illumination configuration. As observed in Fig. 6.1 (B), the lamina is not exactly below the vessel but has a slight off-set thus achieving an oblique illumination of the vessel. This dark-field contrast was then observed at the border of the illumination field of the AO-FIO (see Fig. 6.2) implying that the contrast typical from dark-field could be generated. FIGURE 6.2: Average image of retinal vessels on a nerve fiber layer. Inside the circular illumination field of the AO-FIO we observe a standard bright-field contrast. On the right side of the image, outside the illumination field, the vessels show a contrast similar to the one observed in darkfield where capillaries appear visible and the nerve fibers signal is filtered out. Scale bar is 100µm.

The aim of this Chapter is to show how such contrast can be generated through the manipulation of the illumination. In particular it describes the implementation of the dark-field modality in our AO-FIO using the projection of patterns onto the retina and the retinal structures revealed by the enhancement in contrast. The results of this work have been summarized in a scientific paper to be submitted to Biomedical Express and presented in the following section.

Article in Progress: Dark-field imaging using an Adaptive Optics Flood Illumination Ophthalmoscope

Introduction

The introduction of Adaptive optics (AO) into ophthalmic systems supplied diffraction-limited retinal images enabling the visualization of individual retinal cells such as photoreceptors [1,2]. In particular thanks to the enhancement of contrast in AO Scanning laser ophthalmoscopy (AO-SLO) brought by the implementation of a confocal pinhole, filtering out the out of focus light, more details were revealed such as the smaller cones and even sometimes the rod mosaic [3,4]. However, some retinal features still remained invisible, such as retinal pigment epithelium (RPE) or capillaries. This is due to their low reflectivity compared to the nerve fibers or photoreceptor mosaic whose strong back-scattering masks these structures' signal in standard bright-field images. The development of off axis techniques exploiting the multiply scattered light led to the visualization of these microscopic transparent retinal structures. RPE imaging [5] as well as microvascular mapping [6,7] was achieved thanks to dark-field implementation in AO-SLO, which consists in shifting the confocal AO-SLO pinhole in order to filter out the strong back-scattered signal as well as to detect forward scattered photons from the hypo-reflective structures of interest. Another off-axis technique, known as split-detection, which is based on the subtraction of the detected light from two opposite shifted pinholes with respect to the confocal pinhole position, also enhances AO-SLO image contrast enabling the imaging of photoreceptors inner segments [8]. Finally, multi-offset imaging, a more complex configuration of the split technique, led to the in vivo visualization of very transparent ganglion neurons with AO-SLO [9]. Even though only implemented in AO-SLO, Chui et al. hypothesized [6] that dark-field could be achieved in AO Flood Illumination Ophthalmoscope (AO-FIO) too since multiply scattered photons were also detected by the full field camera. Indeed, AO-FIO, though less used that its scanning version because of its lower contrast, has the advantage of benefiting from a potential large field and high acquisition rate as well as being free of distortion. These implementations inspired from microscopy methods that led to unprecedented high-contrast in vivo imaging of the retina with AO-SLO could be implemented in AO-FIO. However, unlike AO-SLO, multiply scattered photons cannot be isolated at the detection plane in the full field configuration, making it necessary to explore a different approach.

In full field microscopy, Ford et al. [10] developed a technique known as phase imaging with oblique back-illumination. This imaging technique developed to image thick transparent objects, which cannot be imaged in classical bright-field epi-or trans-illumination configuration. The obliquity is achieved in the thick sample by illuminating on the side of the region of interest, where in the deeper layers of this sample the light is back-scattered towards every direction. This strongly scattering layer becomes a secondary source and the region of interest is therefore trans-illuminated in this configuration by an oblique beam. This obliquity introduces an asymmetry between the illumination and detection pupils of the system which alters the Fourier spectrum of the imaged sample leading to an intensity variation at the camera plane related to phase gradient variations generated by the sample. In particular, the more shifted the pupils, the more the ballistic photons, not affected by the sample, are filtered out. We reach dark-field configuration when all the ballistic photons have been filtered out. Oblique illumination in retinal imaging in vivo has been explored by La Forest et al. [11,12]. This team used transcleral illumination of the RPE, which is a strongly scattering layer, in order to create a secondary illumination source that illuminates the rest of the layers in a trans-illumination configuration. Indeed, the retina is a thick sample where most of the layers are weak scattering transparent tissues and can therefore in this configuration lead to phase contrast. Even though this technique achieved the imaging of very low contrasted retinal features, it requires a high power light source being a potential hazard to the subject. A similar configuration to the one achieved by Ford et al. [10] could be implemented in AO-FIO by partially illuminating the imaged field of view. To do so, we have used the PARIS AO-FIO system [13] where the illumination is corrected by the deformable mirror ensuring the control of the illumination reaching the retina.

Methods

Adaptive optics instrumentation

This experiment has been carried out using the PARIS AO-FIO previously described in detail in [13]. In short, our system wavefront and imaging light sources are Superluminescent Diodes (Omicron) with nominal centre wavelengths of 750 and 860 nm, respectively. The system pupil size, defined by the deformable mirror (DM) diaphragm, is 5 mm at the eye pupil plane, which implies a theoretical lateral resolution of approximately 2.9 µm. Images were acquired at a frame rate of 200 Hz with a field of view of 5.4 °x 2.7 °.

Generating dark fields using a field stop

In order to generate a dark-field image on the AO-FIO we first modified the illumination geometry by adding a field stop at a conjugated plane of the retina (plane D on the layout in Fig. 1)). The shape of the diaphragm is then imaged onto the retina creating dark areas in the imaging field of view. The field stop used was square shaped with a diagonal length of 5 mm and with a 2 mm separation in between (see Fig. 3(a)). Images acquired with this set-up had simultaneously bright and dark fields.

Generating dark fields using a pattern projector

In order to be able to generate dark-field images anywhere on the field of view and easily adapt the geometry of these dark fields, a new illumination path was built including a Spatial Light Modulator (SLM) at a focal plane conjugated of the retina. The SLM is a Digital Micromirror Device (DLP4500,Keynotes, USA) consisting in a 912 x 1140 micromirrors array each diamondshaped with a diagonal pitch of 7.6 µm, which corresponds to around 2 µm in the retinal plane.

Mirrors can be set into two positions, "ON" and "OFF" states, by tilting them of ±12 °with respect to the parked state (0 °). This leads in this set-up to bright or dark fields respectively on the retina.The axis of rotation of the micromirrors of the SLM was set vertically in order to be orthogonal to the optical axis of our system. The nominal SLM total optical efficiency results essentially from the diffraction efficiency (89%) and the fill factor (92%). The same imaging source as the one of the old illumination path of the PARIS AO-FIO was used. The details of this subsystem proving structured illumination are shown in the schematic drawing in Fig. 1. 

Image acquisition

Video frames of typically 1000 images were acquired on every subject with standard and modified illumination. The regions of interest in this study were the fovea and the peripheral retina. The imaging camera was focused on the photoreceptor layer and a layer containing vessels respectively.

Image processing

All images were corrected for the inhomogeneity in illumination created by the multiscattering of the light beam in the retina by subtracting from each frame the low-passed filtered image from the image itself [13]. For each sequence, images were aligned using custom-built registration algorithms [13]. These algorithms compute correlation maps between each frame and then derive the shifts in horizontal and vertical directions necessary to align it to the reference frame using Maximum A Priori theory [14].

For video frames with dark areas generated with the field stop, binary masks adapted to the shapes of the illumination were used to limit the image areas on which registration algorithms realize the computations only to the bright zones. For sequences generated while using the pattern projector, each frame was divided by an average of the non aligned image sequence before applying registration. This ensures the alignment is based on the retinal structures and not the shapes of the patterns. Average images were computed from all aligned image sequences.

Subjects

A chin and head rest was used to stabilize the subject's head. Acquisition on several healthy subjects was carried out during this experiment. They were asked to fixate the image of a blue target with a moving dot, which enables us to guide the patient sight and to explore various areas of the retina.Every participation followed institutional guidelines and adheres to the tenets of the Declaration of Helsinki. Informed consent was obtained from subjects after the nature and possible outcomes of the study were explained. The total light energy entering the eye from the illumination source and the WFS source are respectively under 400 µW and 2.8 µW, which is less than half the power stipulated by the ocular safety limits established by ISO standards for group 1 devices [15].

Results

Dark-field contrast at the boundaries of standard AO-FIO illumination

Average images obtained using standard AO-FIO leads to the usual bright-field contrast inside the illuminated area. We noticed though a typical dark-field contrast close to the illumination boundaries. Figure 2 shows an example from an image sequence using the standard configuration. Two different contrasts can be appreciated in the two branches of the vessel in the bright and the dark region respectively. The border between bright and dark fields is visible in Fig. 2 (A1), where, nerve fibers are clearly resolved on the left part of the image while invisible on the right. This image displays a zoom of a dark area of the field of view where capillaries (red arrowhead) are revealed while the strongly reflective signal of nerve fibers is filtered out. Additionally, vessel walls (yellow arrowheads) are also revealed in the dark-field area unlike in the vessels situated in the bright field in Fig. 2(A2) where the specular reflection from the upper part of the vessel wall dominates the contrast.The light beam is focused on the retina and reaches its various layers. One portion of the photons entering the retina is single back-scattered by strongly reflective features like nerve fibers and vessel walls (Fig. 2(A2)), the other portion is multiply scattered through the deeper layers, such as the RPE or the choroid [5,16]. Multiply scattered photons are then scattered back through the retina and back to the detector generating the dark-field like images of Fig. 2(A1).

Dark-field contrast using a field stop

A field stop was used to create a dark field in the middle of the field of view. Figure 3 (B) shows an example of an image of retinal vasculature obtained with the square shaped field stop. In this set-up a dark area is generated between two bright areas, increasing the number of edges between bright and dark fields. Admittedly, multiple scattering implies a loss of energy which means that the multiply scattered photons cannot be detected far off the illuminated areas. In this case the increase of contrast does not appear on the dark area but close to the border of the illumination. Observations similar to the images acquired with standard illumination can be made on images obtained using a field stop. The nerve fibers are clearly visible in the two bright fields of image Fig. 3 (B) while they are filtered out in the dark areas generated by the field stop. Capillaries, hardly visible in the illuminated areas, appear contrasted at the boundaries of the illumination too (red arrowhead). Finally, vessel wall contrast is enhanced in dark-field areas (yellow arrowheads). An interesting detail revealed in dark-field is the confluence of a venule with a vein. A white trace (green arrowhead in Fig. 3 (B)) appears where both flows of the venule and the vein meet, suggesting they do not mix. This type of observation cannot be made in bright-field contrast, where the image is dominated by the specular reflection of vessels wall.

Dark-field contrast using an SLM for pattern projection on the retina

The field stop enabled us to generate dark field images of features of interest by asking the subject to follow the target. However, this set-up only allows us to use part of the field of view, losing one of the principal advantages of the AO-FIO, which is a larger field. The new illumination path includes an SLM that projects patterns onto the retina allowing us to choose the shape and size of the dark fields and eventually obtain the dark-field contrast over the whole field of view.

Figure 4 shows two averaged images of the same region of the peripheral retina with standard illumination (A) and projecting a pattern onto the retina (B) respectively. We were able to observe the same enhancement in contrast noticed in the two experimental set-ups described above. Capillaries (red arrowheads) are revealed in the dark fields, such as in the yellow and green zoom of Fig. 4, and vessels appear more contrasted, including a better definition of their walls (yellow arrowheads), like in the red and green zoom of Fig. 4. Finally we notice that the SNR of dark-field areas is very low, leading to a good contrast only close to the boundary of the illumination. Fig. 4: Two average images of the peripheral retina showing a vessels crossing with (A) standard AO-FIO illumination and with (B) a stripes pattern illumination using the SLM. Three areas are zoomed to show the differences in contrast between bright-field (left images marked "Bright") and dark-field (right images marked "Dark") configuration. The yellow zooms show how a vessel invisible in bright-field appears in dark-field (red arrowhead). The red zooms show an improvement in contrast of a small capillary (red arrowhead) and how its walls appear more defined in the dark-field (yellow arrowheads). Finally the green zooms show again a difference in contrast which allows in the dark-field to observe on the one hand the walls (yellow arrowheads) of one of the vessels crossing, and on the other hand to image a small capillary (red arrowhead) underneath this same vessel.

Image sequences at the foveal region were also acquired. Figure 5 shows an average image from a video acquired on this region while illuminating the retina with a striped pattern. In this image photoreceptors appear contrasted in the bright stripes, i.e. the illuminated areas of the field of view, while other structures with lower contrast are visible in the dark stripes. These structures are particularly defined in the region of interest inside the yellow boxes of Fig. 5. A zoom of this mosaic presented in Fig. 5 (B) shows the details of the mosaic where a red arrow identifies one cell. This image also shows an adjacent bright field where lies the photoreceptors mosaic, which enables us to qualitatively appreciate the larger size and spacing of the cell mosaic on the left compared to the photoreceptor mosaic. Using Image J (National Institutes of Health, USA), we manually measured their size and spacing in each of the yellow boxes finding average values of 10 ±2 µm and 14.5 ±2 µm respectively. Those values match the dimensions of the RPE cells in this foveal region suggesting that what we are observing may be RPE cells thanks to the filtering out of the strong back-scattering from the photoreceptor layer in dark-field. 

Discussion

Although our PARIS AO-FIO has a high temporal and spatial resolution and many retinal structures can be resolved with it [13], the contrast of some transparent layers of the retina remained too low to be visualized. The aim of this work was to develop dark-field imaging on our AO-FIO system in order to improve the contrast of these weakly transparent structures by exploiting their strong scattering. The obtained results have revealed in dark-field regions previously invisible retinal features with a contrast similar for most cases to the one observed in AO-SLO images acquired with off-axis techniques.

Average images of vasculature shown in the Results section display a contrast typical of dark-field imaging revealing previously invisible vascular features. Figure 2 shows how the strong back-scattered signal from the fibers dominating the image (A2) is filtered out in the dark area of the field of view (A1) enabling us to visualize capillaries and the vessels lumen, and like in AO-SLO dark-field we are able to identify the vessels wall too. These vascular features appear also very clearly in Fig. 3 (B) at the boundaries between the dark and the bright fields. The lumen and wall of the large vessel in the bottom of the average image can be easily identified due to the fact that this multiply scattered signal is not masked here by the back-scattered light from the crest of the vessel. Likewise, capillaries appear highly contrasted at the boundaries of the field stop illumination where there is no strong signal from nerve fibers. Figure 6 details our interpretation of the generated phase-like contrast. Fig. 6(B) shows a schematic drawing of a cross-section of the retina where for simplification purposes we have only drawn the RPE, the retinal nerve fiber layer (RNFL) and a few vessels in between. This schematic layout shows the illumination configuration of our system where only part of the field of view is illuminated. The RPE is a scattering tissue and therefore photons are multiply scattered towards adjacent tissues. This light reaches, for instance, the vessel drawn next to the illumination boundary (in Fig. 6 (B)) in an oblique trans-illumination configuration. Fig. 6(A1-A3) shows three ray tracing when the trans-illumination light from the RPE reaches the vessel at three different points. The vessel has different tissues with different refractive index that induce different phase shifts and therefore the scattering angle varies too. Because the system has a finite pupil and an asymmetry of the illumination, the amount of light filtered at the pupil plane generates intensity variations at the camera plane. This is indeed what we observe in the dark regions as shown in Fig. 6(C) where the vessel walls appear visible and highly contrasted. In particular ballistic photons from the background are highly filtered out which leads to a partial optical sectioning previously nonexistent in AO-FIO imaging.

However, we noticed a difference between the dark-field contrast generated at the boundaries of the standard illumination (Fig. 2) and at the boundaries of the field stop (Fig. 3) or SLM illumination (Fig. 4). In the first case, we were able to image retinal structures quite distant to the illuminated field (up to 200 µm) in the second case the contrast seems to decrease within a fairly short distance (50 µm to 100 µm). The main difference between the dark regions in Fig. 2 and Fig. 3, 4 is that in the first case we are illuminating only from one side while on the other two cases there are bright fields on both sides of the dark field. Indeed, in accordance with the phase gradient imaging theory, if we illuminate a sample, here retinal vessels, from two opposite incident angles then the phase gradient variations obtained would be opposed. When analyzing the images from Fig. 3 and Fig. 4 we notice that high contrast is obtained near the borders of the illumination but in the center of the dark region the contrast is lower, which could be due to an illumination of this central area by two opposite incident beams and leading to complementary phase variations. In particular in Fig. 3(B) we have the two configurations, where in the dark central region of the image we observe this contrast restriction while the large vessel at the bottom seems highly contrasted for a longer distance.

Near the foveal region we were able to visualize another previously invisible structure. Figure 5 shows an average image of this region where we identify cells that could be RPE cells as they display the same size and spacing. Imaging RPE is challenging since their back-scattered signal is very weak and is therefore masked by the photoreceptor layer. En-face images of these cells were first realized on AO-SLO on subjects suffering from pathologies where the photoreceptor layer is degenerated enabling the detection of photons from the RPE layer [17]. The development of modalities that increase image contrast by either increasing the signal coming from the RPE layer or by filtering out strong surrounding signals on AO-SLO led to RPE en-face images on healthy subjects. For instance, auto-fluorescence imaging reveals RPE cells by only detecting the excited photons from fluorophores inside these cells [18][19][20][21]. Off-axis techniques like dark-field or multi offset imaging in AO-SLO have exploited the scattering properties of the RPE by removing the single back-scattered signal coming from the retina and only detecting the multiply scattered light, increasing this way the contrast of the RPE layer [5]. Finally, Miller et al. achieved RPE imaging using AO-OCT [22]. Their contrast is due to intracellular organelle movements and long duration averaging, requiring long imaging session making it hard to exploit the technique in a clinical setting. Figure 5 shows a cell mosaic larger than the photoreceptor mosaic whose characteristics suggest they could be RPE cells. It is interesting to note that the aspect of these cells is very different to what is typically seen in the other modalities of RPE images. While other techniques have revealed a mosaic of large cells with a dark nucleus surrounded by a bright body, here we observe the inverse contrast with cells displaying a bright nucleus and dark body. We interpret this observation as an effect induced by our illumination configuration. Indeed, the cells mosaic in Fig. 5 is trans-illuminated by two oblique back-scattered beams on each side. The illumination beam from one of the side would lead to a particular phase variation different from the one generated by the illumination on the other side of the dark region. If the asymmetry of each illumination beam is complementary, i.e. it has opposite angles of incidence, then the superimposed phase variations would cancel, or at least be strongly reduced if the incident angles were not the exact opposite. This would lead to a darker body as its signal has been suppressed and a brighter nucleus as the absorption is doubled. On the contrary in techniques, like split-detection [8] or differential phase imaging [10,23], the subtraction of images with opposite illumination doubles the phase related intensity variations while canceling the absorption contributions, leading in RPE images to the inverse contrast to that observed in our images. Although this mosaic has been observed on various regions of Fig. 5(A) field of view (yellow boxes), we have so far observed these cells on a single subject increasing the uncertainty on the results. Other hypothesis on the nature of these cells could be suggested such as being averaged cone or rod mosaic or features from the choroid. Indeed the rod mosaic can have similar form and density to RPE at some far eccentricities [24], though not at the eccentricity imaged here, close to the fovea. The regularity and dimensions of the mosaic makes us incline towards the hypothesis of RPE imaging. This last hypothesis will be further investigated by achieving autofluorescence imaging of the RPE at the same region in order to compare the mosaic from both AO-FIO dark-field and autofluorescence.

Limitations and future work

The results shown in this study support the concept of imaging weakly reflective retinal structures using off axis techniques. Nonetheless, there are still a few limitations to the current technique. On the one hand the contrast of these weakly reflective features, although increased, remains quite low. This is partly due to the low signal to noise ratio of our images. Indeed, a new light source is soon going to be acquired as we are limited by the maximum power reached by the current light source. We believe this contrast can also be further increased by optimizing the illumination pattern and avoiding the canceling of the intensity variations related to the phase by averaging regions surrounded by bright fields.

On the other hand we face the limitations of our SLM. First, this device, which is an array of mirrors generates a diffraction in the reflected beam. This diffraction effect has a strong impact on our image quality which we believe is linked to the fact that we filter out some of the diffraction orders. A more optimized optical design of the illumination path with the SLM capturing all the orders would mitigate the observed deterioration of the image quality. Finally, the SLM is limited by high frequency noise due to a cyclic memory refreshment of the mirrors which has for the moment prevented us to achieve this off axis imaging in real-time. Nevertheless, this SLM is a great tool to look for the optimal illumination pattern as it is easy to vary its shape and size. A different SLM could be considered in the future if a particular pattern has proven the most efficient to achieve high contrast of transparent structures.

Conclusion

This study demonstrated dark-field imaging in AO-FIO in healthy subjects. The results revealed weakly reflective retinal structures previously invisible such as capillaries or vessel walls, and a cell mosaic that could be RPE cells. This phase-like contrast has been achieved by implementing an asymmetric illumination inspired from oblique back-illumination [10]. Thanks to the strong back-scattering from deeper layers like the choroid and RPE adjacent dark regions have been trans-illuminated with tilted beams leading to intensity variations related to the phase gradients. The implementation of this technique in AO-FIO can be also used to further understand the origin of the off axis contrast in the retina as well as leading to a complementary imaging tool of these transparent layers.

Conclusion

The new illumination path implemented in our AO-FIO system, and described in Ch. 5, has led to the first development of dark-field modality in AO-FIO for retinal imaging in this Chapter. This modality, like in AO-SLO systems, relies in the selection of multiply scattered photons from all the back-scattered photons from the retina. Indeed, when we partially illuminate the retina, only the illuminated field of view scatters light back towards the camera, while the surrounding dark areas are back-illuminated by multiply scattering from deeper retinal layers leading to a better contrast. However, if we look at this illumination manipulation from a different point of view we notice another effect. The non-illuminated fields are not (or barely) scattering back any photons, single or multiply scattered, from any retinal layer. The surrounding illuminated fields are therefore receiving almost none of the multiply scattered light that they would if the whole field of view was illuminated. Thus, the illuminated fields have less light pollution from other parts of the retina which leads to a better optical sectioning and contrast. We have indeed noticed this effect on image sequences acquired using dark-field modality in our AO-FIO system, where the contrast was not only enhanced at the boundaries between dark and bright fields, but also on the bright fields themselves. We explore the exploitation of this effect of near confocality in the following Ch. 7.

Chapter 7

Developing pseudo-confocal modality in an Adaptive Optics Flood Illumination Ophthalmoscope

As mentioned in the previous Chapter, when projecting a checkerboard pattern we have noticed an improvement in contrast inside the illuminated regions. This we hypothesize to be an effect of improved optical sectioning approaching what is observed in confocal configuration. The idea derived from this observation is that, similarly to line scanning presented in Ch. 2, we are going to use a Digital Micromirror Device (DMD) to project specific patterns. However, instead of scanning a line we aim to project multiplexed spots that would be detected on digital apertures composed by groups of pixels in the high speed imaging camera. Then, as shown in Fig. 7.1, these spots are moved until the whole field of view is acquired.

The aim of this Chapter is to show the first steps of this study where we implement this modality in our AO-FIO and we show how it improves the contrast of our retinal images. In particular, even though the first projected spots and detection apertures are large due to the low signal to noise ratio, an optical sectioning is still achieved. This Chapter is divided in two sections. First, Sect. 7.1 describes the confocal principle and the implementation of this near confocal technique on the AO-FIO. In particular, we detail the imaging protocol conducted on the photoreceptors layer which has been selected for this proof of concept because of its high frequency content. Then, in Sect. 7.2 we analyze the results and show the enhancement in optical sectioning and contrast obtained with this new modality and the perspectives to improve it.

Description of pseudo-confocal imaging technique 7.1.1 Principle of confocality and near-confocality

Confocal scanning systems

The principle of the confocal instrument, in either microscopes or ophthalmoscopes, is to render the instrument only sensitive to back-scattered light from the focus plane. The technique is based on spatial gating, which is achieved by scanning an illumination spot and detecting the signal through a pinhole conjugated with the focus plane which rejects the out-of-focus light. Another key property of the confocal system is that its resolution is higher than the conventional instrument [START_REF] Mertz | Introduction to optical microscopy[END_REF].

The spatial resolution of the confocal ophthalmoscope is determined by the focus of the incident beam [START_REF] Robert H Webb | Confocal scanning laser ophthalmoscope[END_REF] and can be calculated as the full width at half maximum (FWHM) of the intensity point-spread function (PSF) at the focal plane [START_REF] Sredar | Sub-Airy Confocal Adaptive Optics Scanning Ophthalmoscopy[END_REF]. The PSF of a confocal instrument free of wavefront aberrations H con f is given by Eq. 7.1 [START_REF] Sredar | Sub-Airy Confocal Adaptive Optics Scanning Ophthalmoscopy[END_REF][START_REF] Wilson | Resolution and optical sectioning in the confocal microscope[END_REF]:

H con f = |(h i l l umi nat i on | 2 ⊗ D sour ce ) • (|h i mag i ng | 2 ⊗ D pi nhol e ) (7.1)
where h i l l umi nat i on and h i mag i ng denote the amplitude point-spread functions of the illumination and the imaging arms respectively, D pi nhol e are the spatial sensitivity function of the light detector which translates the effects of pinhole size, D sour ce accounting for the source size (point source, usually negligible) and ⊗ is the convolution symbol.

The spatial resolution has been estimated to be roughly 2 times better that conventional instrument in aberration free systems and with an infinitely small pinhole aperture [START_REF] Wilson | Resolution and optical sectioning in the confocal microscope[END_REF]. When the pinhole size increases, the enhancement in resolution decreases towards the conventional system resolution, which is defined by the pixel sampling.

On the other hand, the optical sectioning is controlled by the focus of the return beam at the confocal pinhole and its strength is defined by the variation of the value of the transfer function of the system at zero frequency as a function of defocus [START_REF] Wilson | Resolution and optical sectioning in the confocal microscope[END_REF]. The thickness of the optical section is the half width of this curve and is given by [START_REF] Wilson | Resolution and optical sectioning in the confocal microscope[END_REF]:

F W H M con f = 0.67 λ n -n 2 -N A 2 1 + AU 2 (7.2)
where λ is the illumination wavelength, n the refractive index of the eye (here approximated by 1.33), N A the numerical aperture of the system and AU stands for Airy Unit (AU= diameter of pinhole diameter of Airy disk ). We consider here D sour ce small enough so its impact can be neglected.

Although there is an effective improvement of spatial resolution in the confocal setup, it has been admitted that both conventional and confocal produces similar high resolution images. It is indeed due to the substantial improvement in optical sectioning that the confocal ophthalmoscope reaches higher contrast images.

The equations described above are defined in the case of instruments free from aberrations, which can be considered the case of the Adaptive Optics ophthalmoscopes after the wavefront correction.

Near-confocal line scanning systems

The line scanning ophthalmoscope uses a light line (usually generated by a cylindrical lens) projected onto the retina, and the back-scattered light is detected with a line camera or a fast camera with rolling shutter synchronization [START_REF] Matthew S Muller | Low-cost Confocal Retinal Imaging with a Digital Light Projector Source[END_REF][START_REF] Matthew | Non-mydriatic confocal retinal imaging using a digital light projector[END_REF][START_REF] Matthew | Confocal imaging device using spatially modulated illumination with electronic rolling shutter detection[END_REF]. As mentioned in Ch. 2, multiple lines can be projected simultaneously improving the acquisition speed [START_REF] Kari | Parallel line scanning ophthalmoscope for retinal imaging[END_REF]. Fig. 7.1 shows two schematic illustrations of the principle of this instrument.

Although Eq. 7.1 describes the resolution of AO-SLO systems, a similar equation can be extended to non confocal systems.

H conv = (|h i l l umi nat i on | 2 ⊗ D sour ce ) • (|h i mag i ng | 2 ⊗ D pi xel ) (7.3)
where we replaced D pi nhol e by D pi xel . Indeed, the resolution of non confocal and aberration free systems is defined by the sampling of the detector and therefore the size of the pixels on the retina plane. If we analyze Eq. 7.3 in the case of standard AO-FIO imaging, D sour ce is very large and therefore (|h i l l umi nat i on | 2 ⊗ D sour ce ) ∼ const ant leading to

H conv ∼ (|h i mag i ng | 2 ⊗ D pi xel ).
The optical resolution of the AO-LSO systems (when free of optical aberration) is described by Eq. 7.1 on one direction only, orthogonal to the light line. The resolution of the other direction is defined by the camera pixel sampling described in Eq. 7.3. Additionally, the confocality is lost along the light line direction, with optical sectioning only realized in one direction too. Figure 7.1 shows at the bottom a schematic illustration of the principle of our pseudoconfocal instrument. Multiplexed illumination voxels are projected onto the retina and successively shift to cover the whole field of view. The spatial resolution of our pseudoconfocal system can be described using Eq. 7.3. If our light voxels are too large, the resolution will be defined by the pixel sampling like in our current AO-FIO system. However, as we are reducing the size of our multiplexed spots, whose impact on resolution is described by D sour ce , we may approach the improved resolution of confocal systems.

Implementation in the PARIS AO-FIO

The experimental setup is the modified AO-FIO system with the new illumination path described in Ch. 5. In short, a new illumination path enabling the projection of patterns thanks to a spatial light modulator has been built on an AO-FIO system. Like in darkfield imaging, described in previous Ch. 6, we use the spatial light modulator from this path to manipulate the illumination geometry of the system. A pattern, leading to illuminated (bright fields) and non illuminated areas (dark fields) of the retina, and its inverse have been uploaded to the controller of the spatial light modulator manipulated through a computer. These patterns, created with Interactive Data Language (Exelis, USA) or Photoshop (Adobe Systems,USA), are consecutively projected to a subject retina. Pattern shapes are selected so as to surround as many pixels of interest as possible with dark fields, reducing as much as we can the out of focus parasite light. We chose squares large enough so not to restrict too much the signal-to-noise ratio. Even though here we use the same spatial light modulator to project the illumination patterns on the retina, there are two main differences from the imaging protocol from the dark-field modality described in Ch. 6. First, the patterns we have used here are adapted to the pseudo-confocal configuration. In order to completely surround the pixels of interest with dark areas we have used checkerboard patterns instead of the stripes used in dark-field. Secondly, in pseudoconfocal imaging we are interested in the information inside bright areas, unlike dark-field where the information lies in the dark fields close the illumination boundaries. This implies the development of image processing retrieving information solely from illuminated pixels. Finally, image sequences go through the same image processing already described in Ch.4 of correction from inhomogeneous background, registration, and lucky averaging (image averaging after discarding blurred images due for instance to eye motion).

Once we have implemented the pseudo-confocal illumination, our goal is to show that imaging the retina with this specific illumination improves the contrast of our videos and processed images. To achieve this purpose, we compare standard illuminated images of our AO-FIO system to the whole field of view obtained with the pseudo-confocal illumination after processing. In the next section we describe the imaging protocol followed and demonstrate this improvement in image quality.

Proof of concept in the photoreceptor layer

We mean to prove that the pseudo-confocal technique improves AO-FIO optical sectioning partially overcoming in this way one of its most bothersome limitations. In order to assess the improvement in contrast with this new technique, three image sequences have been acquired on the photoreceptor layer at 10°Temporal. One receives the standard AO-FIO illumination, and two others opposite patterns projected onto the retina whose sum corresponds to the whole illuminated field of view. The patterns created for this proof of concept are a checkerboard, with squares of 50 µm in the retina plane, and its inverse. The acquisitions have been made in the same imaging session to minimize the variations in the retina between sequences. Indeed, this layer contains high spatial frequency features and is therefore often used to test image quality.

Improvement in contrast is analyzed over two time scales: 1) First time scale: a realtime (at 20Hz since averaging 10 frames at a time) improvement of contrast and 2) Second time scale: the enhancement obtained in averaged image (using all the frames in the image sequence) after the usual imaging processing.

First time scale: Contrast in averaged images from 10 frames for real-time visualization

We start by evaluating if we notice an enhancement in contrast in the first time scale, meaning in the videos frames or just a sum of a few frames without any processing. To do so, we have generated averages from a few successive images for each illumination configuration, shown in Fig. 7.2. We notice that photoreceptors appear more contrasted on the pseudo-confocal image (B) than on the standard one (A). To quantify this contrast enhancement we first computed the Michelson contrast on both average images. The contrast value (where 1 is the maximum value) for the pseudoconfocal illumination was 0.09 higher than the contrast obtained with standard illumination. Since the uncertainty computed for both contrasts was 0.06, the difference does not seem to reflect the qualitative improvement observed when comparing both images implying that Michelson contrast might not be adapted to this particular feature.

Another appropriate analysis tool to evaluate the contrast of photoreceptors images is the Fourier Transform. Indeed, photoreceptors form a mosaic that has a characteristic spacing and shows a frequency signature in the Fourier domain known as Yellot's ring. So, we have computed the Fourier Transform of both averages in order to observe if there is a difference between the Yellot's rings of each image. Figure 7.3 shows the Fourier Transform images corresponding to the standard illuminated image (A) and to the pseudo-confocal one (B). The stronger the signal of the Yellot's ring, the higher the contrast of features with this spatial frequency, i.e. the photoreceptors mosaic. The ring in (B) appears brighter than the ring in (A) implying a better contrast of the photoreceptors in the images acquired with pseudo-confocal illumination.

An improvement in image quality that can be noticed is that the cloudy aspect given by out of focus large patches appearing on (A) have been filtered out in (B), leaving only the high spatial resolution content corresponding to photoreceptors inside the illuminated areas. The yellow arrowheads identify a dark shade corresponding to an out of focus feature. This observation supports the idea that this pseudo-confocal modality improves the The blue line corresponding to the pseudo-confocal image shows another peak corresponding to the frequency of the checkerboard pattern. We notice that the pseudo-confocal displays a higher peak at the photoreceptors frequency than the standard illumination profile.

optical sectioning of the full field ophthalmoscope.

This analysis has been carried out on images obtained by the averaging of just a few (10) frames. Not only the improvement in image quality is visible, but it is supported by the computation of the contrast and Fourier analysis on both images. Noticing better contrast in the video sequences or the sum of just a few images before any image processing implies an improvement in real-time, the first time scale, of the image quality. We could have a full field system continuously displaying a high contrasted video, which would facilitate the exploration of the retina, by switching very fast between the opposite checkerboard patterns and averaging just a few successive images. Therefore we could obtain an enhanced contrast full field imaging system, displaying a higher optical sectioning than the classic AO-FIO but without the limitations of distortion and with the possibility of a large field of view.

Second time scale: Contrast in average images using all the frames of the image sequence

We then analyze the effect of this technique on the contrast of processed average images. This image processing consists in a correction of the inhomogeneous background by filtering out the low frequencies, then registration of frames (cf. Ch. 4) and lucky averaging (i.e. previously discarding blurry images). Average images illuminated with standard configuration and with one of the patterns are shown in Fig. 7.4. In this case, the combination of the subtractions of the background illumination and the averaging of the frames improved the contrast of the photoreceptors in both illumination configurations. However, we are able to spot some differences. Like in the previous images from Fig. 7.2, large dark patches, which are out of focus structures from other layers of the retina , noticed in the images from the standard configuration (dark shade is again identified with yellow arrowheads in Fig. 7.4) disappear in the pseudoconfocal illuminated images. Indeed, these patches, giving images a cloudy aspect, have a low spatial frequency but too high to be filtered out with the correction of the inhomogeneous illumination. So, they cannot be filtered out through image processing. In the pseudo-confocal technique, most of this out of focus light is canceled out by surrounding the illuminated fields with dark regions. Thus, these dark regions do not receive ballistic photons from the source that can be multiply scattered towards the illuminated region of interest (illuminated squares in this case) and therefore the amount of multiply scattered light from out of focus layers is severely reduced leading to the imaging of a photoreceptor mosaic without dark patches. This effect is the same we observe in AO-SLO where the confocal hole filters out the out of focus light and also leads to a photoreceptor mosaic without the out of focus spots. In order to assess more accurately the potential improvement in final processed images we carry out a Fourier analysis of average images in both illumination configurations from Fig. 7.4. Figure 7.5 shows the two Fourier transform (A,B) corresponding to both averages. We observe that the difference between the Yellot's ring is much harder to appreciate here, if there is one. In order to conduct a better comparison we compute circular means of the power spectrum density of both (A,B) leading to the plots in image (C). The pseudo-confocal plot, in blue, shows just a slightly higher peak at the photoreceptor frequency. The difference between the two peaks is much lower here than in the real-time case. Nonetheless, a difference is observed, which leads us to believe that with optimization of the parameters, like pattern size or shape, of these pseudo-confocal technique we could obtain a better improvement in contrast. For instance, a smaller pattern could further lead to the rejection of out of focus light and therefore to a more contrasted photoreceptors layer.

Although to a much lower extent than in the case of the average of raw frames, we have also noticed an improvement in image quality in averages of processed image sequences. Observing an upgrade of contrast in average images, i.e. over a larger time scale, implies that the pseudo-confocal technique provides an upgrade in image quality in addition to the one provided by image processing.

Optical sectioning

The voxels from the checkerboard pattern sent during this first test have a width of 50µm long at the retina plane. We can approximate the optical section thickness by considering this width to be the diameter of our detection pinhole, which here would physically be the conjugated pixels of the camera. Using Eq. 7.2 with Airy disk= 2.44λ f e ye D pupi l =7.13 µm and AU= 50 µm 7.13 µm = 7 we obtain an optical section of 500 µm. However, we must note that this computation of optical sectioning thickness concerns the lower frequencies which have the slowest variations. Middle frequencies from other layers would probably present a smaller optical section thickness, which is why we could previously appreciate the filtering of the cloudy aspect which was typical in wide field images from AO-FIO. To further improve the contrast we aim to reduce the size of the illumination and detection voxels. If we multiplexed voxels with 10 µm width, the optical section thickness approximated by Eq. 7.2 would be 120 µm. The theoretical optical section thickness derived on the MAORI PSI AO-SLO is 60 µm but considering the system perfectly aligned, and is therefore relatively larger when it is not the case. The gain in optical sectioning with the reduction of the voxels size to 10 µm would enable us to approach the scanning system optical sectioning capacities.

Limitations

The limitations of this technique are similar to those described in the previous Ch. 6. There are two limitations in particular that have had a larger detrimental impact on this technique. On the one hand, since we do not achieve field stabilization in real time, the patterns move with the eye's fixational movements. This has complicated the generation of a whole field of view by combining the images acquired with a pattern and its inverse. For this reason, the analysis in this Chapter has been carried out on images with one of two patterns. This limitation does not affect the conclusions derived in this Chapter but incites us to improve our setup or imaging protocol to achieve a whole field image in this modality. On the other hand, we suffer from the same limitations arising from the Spatial Light Modulator (SLM) which projects the patterns. In particular, this regards the high frequency noise caused by the memory refreshment of the microcmirrors position stopping us to perform real-time visualization. Indeed, since we have a high frame rate of 200Hz, if we compute for instance every 10 frames a complete field of view by combining frames with a pattern and its inverse, we could achieve a real-time visualization at 20Hz. This could facilitate the exploration of the retina.

Conclusion

This Chapter introduces a new modality implemented in AO-FIO, the pseudo-confocal technique. Similar to the line scanning, the principle of this technique is to reduce the amount of out of focus multiply scattered light and is achieved by projecting an illumination pattern on the retina. However, instead of parallel lines we project multiplexed voxels that are shifted in order to cover the whole field of view. In the first test of this technique presented in this Chapter, large voxels of 50 µm width were projected. These illuminated areas display a higher contrast since in this configuration they receive less out of focus light from other regions of the retina. We have noticed a minor improvement of the contrast with this technique in average images compared to the considerable enhancement observed in raw images. Indeed, a lot of the out of focus light detected by the camera presents low frequencies and are therefore filtered out by the image processing described in Ch. 4, likewise the averaging lowers the noise and improves the contrast. However, we notice in both raw images and averages that the large dark patches visible in images from the standard illumination configuration disappear in images from the pseudo-confocal configuration. These dark spots result from out of focus light but seem to have a spatial frequency too large to be filtered out by the processing. The pseudo-confocal technique enables us to get rid of these medium frequencies patches leading to a better contrasted photoreceptor mosaic close to the one obtained with AO-SLO. The first test of this new modality on the photoreceptor layer encourages us to pursue the study of the various parameters of this configuration affecting the image quality, in particular the pattern projected onto the retina, in order to optimize the upgrade in contrast in the resulting processed images. In particular, by projecting very small voxels the term D sour ce could be reduced so as to gain in resolution compared to conventional AO-FIO resolution and reduce the optical section thickness of the system. Finally, future work should be oriented towards overcoming the SLM limitations in order to fully exploit the benefits of this modality and to stabilize the AO-FIO field of view to achieve a better control of the position of the pattern projection in order to image the whole field of view of the system in pseudo-confocal imaging.

Chapter 6 and this Ch. 7 describe the two imaging modalities that derive from the use of the SLM described in Ch. 5. The use of this device has enabled us to select photons from the combination of back-scattered and multiply scattered light in AO-FIO for the first time. Although this SLM suffers from technological limitations that must be overcome, we have proved in these two Chapters the prospective enhancement in contrast and therefore image quality of the two modalities developed.

The next Ch. 8 addresses the other instrument implemented in the new illumination path described in Chapter 5. While the SLM manipulated the shape of the illumination beam, this next instrument enables us to vary the angle of incidence of the illumination beam on the retina.

Chapter 8

Developing a Retinal Goniometer in an Adaptive Optics Flood Illumination Ophthalmoscope

The previous Chs. 6, 7 described the manipulation of the illumination through a Spatial Light Modulator (SLM) allowing to "switch off" the illumination on selected areas of the field of view. In particular, Ch. 6 describes the use of this SLM for the development of darkfield in AO-FIO generated by the oblique illumination of a secondary source in the retinal pigment layer created next to the region of interest thanks to the strong backscattering of this layer. However, the obliquity of this secondary illumination probably depends on the illuminated structures and subject, and is almost impossible to control with this previously described technique. Therefore, to gain control of this obliquity a different manipulation of the illumination source must be carried out. We cannot control the angle of incidence of the light which is back-scattered by the retinal pigment epithelium layer to reach the structures we want to observe, but we can control the angle of incidence of the beam onto this retinal pigment epithelium layer that must serve as a secondary source. Indeed, it has been suggested, based on Monte-Carlo simulations, that the retinal pigment epithelium layer displays a non symmetrical back-scattered light, increasing its intensity in the direction of the incoming beam, when illuminated with a large angle of incidence [START_REF] Carpentras | Effect of backscattering in phase contrast imaging of the retina[END_REF]. Therefore, by changing the angle of incidence on the retina we should change the angle of the secondary source that is generated at the retinal epithelium layer. This variation in incidence is achieved by using the tip tilt mirror and diaphragm implemented in the new illumination path of the system described in Ch. 5. As mentioned in this previous Ch. 5, the angle of incidence of the beam is modified by varying the position of the illumination pupil which when focused by the eye lens on the retina leads to a angle of incidence dependent on the pupil position at the eye pupil plane. Furthermore, if we consider the retina like in Ch. 6 to be a phase object and we place ourselves in the weak object phase approximation, this experimental setup could enable us to detect phase information at the camera plane in AO-FIO. Although the intended application of this incidence varying instrument in this Chapter is the phase imaging, it was first designed with the perspective of achieving a functional measurement of the photoreceptors orientation. This other application is explored in Ch. 9 using the same implementation described in this Chapter. For both applications we name this varying illumination incidence angle instrument Retinal Goniometer.

The aim of this Chapter is to show the development of the Retinal Goniometer for phase imaging using AO-FIO thanks to the obliquity of the illumination. In Sect. 8.1 we explain how to use this instrument to achieve phase-imaging in our system and the steps undertaken for the implementation of the technique on the AO-FIO system. Then a proof of concept is conducted on an artificial eye in Sect. 8.2 before testing the new instrument then on a human retina in vivo and discussing the results in Sect. 8.3.

Description of the technique

In Ch. 4 we have described the principle of phase imaging though oblique illumination developed by Mertz and his team [START_REF] Ford | Phase-gradient microscopy in thick tissue with oblique back-illumination[END_REF], and justified its approach in our case of the imaging of the retina. In Ch. 5 we have shown the instrument implemented on our AO-FIO that enables us to modify the angle of incidence of the illumination beam on the retina. In short, changing the angle of incidence is achieved by changing the illumination beam position at the eye pupil plane. When the optical pupil of the illumination beam is at the center of the eye pupil, it reaches the retina perpendicularly when focused by the lens of the eye. In this configuration, the beam is coincident with the system's optical axis. On the other hand, the closer the optical pupil of the beam is to the edge of the eye pupil, the larger the incident angle of the beam is with respect to the optical axis of the system. In this section we detail how this modality from microscopy is actually translated to our system, the principle of the technique in the case of the retina imaged with an AO-FIO and finally how this implementation was carried out, in particular the choices of angle of incidence, illumination pupil size, etc.

Phase imaging in the retina by oblique illumination

The principle of phase imaging in our AO-FIO resembles the principle described by Ford et al. in [START_REF] Ford | Phase-gradient microscopy in thick tissue with oblique back-illumination[END_REF]. We illuminate the retinal structure of interest with an illumination beam with an angle θ and then with the opposite angle -θ. The light is strongly back-scattered by the retinal pigment epithelium, principally in the direction of the illumination beam [START_REF] Carpentras | Effect of backscattering in phase contrast imaging of the retina[END_REF], in the two previous illumination incidence towards the upper layer of the retina. These layers are then in a trans-illumination configuration and receive an illumination beam from two opposite angles from the deeper layer. The intensity from images obtained at the imaging camera with each illumination configuration (θ and -θ) contains a phase and its opposite phase information. By subtracting these two images we retrieve the phase information while removing the background and absorption information that remains unchanged when varying the illumination incidence. This theory has been experimentally tested by Carpentas et al. [START_REF] Carpentras | Effect of backscattering in phase contrast imaging of the retina[END_REF] leading to the imaging of transparent features using transcleral illumination. In our case we aim to exploit the same effect but achieving the illumination through the eye pupil.

In practice we have implemented this imaging technique in the following way. Four positions for the illumination pupil inside the detection pupil have been selected, leading to four angles of incidence onto the retina, opposed two by two. Then an image sequence consecutively varying the position of the illumination pupil is acquired. Finally, the frames acquired with opposed incidence are subtracted in order to observe the the phase of the imaged structure.

Implementation in the PARIS AO-FIO

Chapter 5 described the optical design and alignment of a new illumination path of the system allowing the manipulation of the illumination geometry. Among the two instruments composing this path, this section details the one which enables us to vary the angle of incidence of our illumination. It also describes the implementation of the phase imaging technique achieved with it. Figure 8.1 shows the optical design of our system with the new illumination path, as described in Ch. 5, where we have underlined the two elements of our instrument: an aperture stop and a tip-tilt mirror. Indicated with a green arrow is the aperture stop at a pupil plane, noted as P G , that will determine the size of the illumination pupil at the eye pupil plane. The piezo tip-tilt mirror (Physik Instruments, Germany) placed in a focal plane is identified with a red arrow and, as explained in Ch. 5, shifts the image of the aperture stop allowing us to illuminate the retina with a range of different incident angles. The tip/tilt mirror is connected to a computer by a USB connection and is controlled through a custom-made algorithm using Labview programming language (Labview, USA). This algorithm allows the user to vary the angle of the mirror by sending a voltage between [-1V,10V]. Additionally, it enables the user to set a cycle with various positions of the mirror at a given frequency. This implies that we can automatically change the positions of the illumination beam at the eye pupil plane during an acquisition instead of having to do it manually.

A calibration of the tip-tilt mirror control algorithm described above has been performed to determine the conversion factor between the voltage commands and the mirror's tilt. We have started by deriving the voltage corresponding to the zero position. Indeed, the tilt position in which we have aligned the mirror in previous Chapter 5 is randomly shifted when the mirror is supplied in power for the first time. To replace the mirror in that zero state while power is supplied we have first marked the zero position with the power OFF using a graph paper placed at the pupil plane Pi (cf.Fig8.1). Then, we have applied power to the tip-tilt mirror which has made the beam shift. We have sent various voltage commands until we have found a set of voltages that shifted the beam back to the zero position marked on the graph paper. This voltage set corresponded to [4.5V,4.5V]. Then, from this position we have applied 1V command to the tip-tilt mirror on its x axis and measured 0.42 mm on the graph paper. We have carried out the same protocol on the y axis, obtaining 0.42 mm. We have derived a conversion factor between voltage command and pupil shift in the eye pupil plane of c f = Pupil shift at eye lens plane voltage command = 0.7 mm/V for both of the axes of the tip-tilt mirror.

Next, we define the two following parameters of the instrument:

1) The size of the aperture stop P G , which is defined by the desired size of the illumination pupil 2) The rotation angle of the tip-tilt mirror, which is defined by the desired angle of incidence of the illumination beam on the retina.

The first parameter, the aperture stop diameter, is set so as to have its image at the eye pupil plane smaller than both the pupil of the eye and the pupil of the AO-FIO imaging system, as well as to provide a correct signal to noise ratio. Two aperture stops have been selected, with diameters of 1.8mm and 2.25mm. These correspond to 2mm and 2.5mm pupil diameter of the illumination beam respectively at the eye pupil plane. The eye pupil is centered in our system with the detection pupil which is set to 5mm diameter. Both illumination pupil sizes obtained with these diaphragm have half the size of the pupil of the system or less, enabling us to shift them inside this detection pupil. Unlike AO-SLO we do not use the same pupil for illumination as for the collection [START_REF] Venkateswaran | Theoretical modeling and evaluation of the axial resolution of the adaptive optics scanning laser ophthalmoscope[END_REF] and thus our detection pupil has still 5 mm diameter ensuring a high resolution.

The second parameter, the angle of incidence, is determined by the distance from the center of the pupil of the eye to the center of the illumination pupil. We need the illumination pupil position to stay inside of the system pupil in order to limit any potential vignetting. Since the radius of the system pupil is 2.5mm, we set the illumination pupil shifts to 1mm from the center of the eye pupil, which represent a rotation of the mirror of 10mrad in the chosen direction of shift. This leads to an angle of incidence of 20mrad in the chosen direction.

Thus, the four positions of the illumination pupil at the eye pupil plane necessary for the phase imaging have been defined accordingly and are shown in a schematic drawing in Fig. 8.2. (A) summarizes the selected dimensions of the pupil size (s) and the four positions of the pupil (d) with respect to the pupil of the eye, which is centered with the system pupil. (B) shows the four selected positions of the illumination pupil for phase imaging, with two set of images with opposed illumination. Once all the parameters have been derived from the specifications imposed by the system pupil, we have introduced them into the controller software commanding the tiptilt mirror. Using the previously computed calibration factor, we have derived the voltage values that must be sent to the mirror in order to shift the illumination pupil to the four selected positions. These values are summarized in Tab. 8.1 here below. The voltage values can then be introduced in the algorithm described in Ch. 5 enabling us to automatically change the position of the illumination pupil at a selected frequency during an image sequence acquisition. The instrument being defined to perform phase imaging was first tested on an artificial eye. The description of the imaging protocol and the analysis of the results are presented in the following section.

Proof of concept in artificial eye

We have performed a test on artificial eye of this new instrument. The proof of concept described here below aims, firstly to demonstrate that we are able to vary the angle of incidence of the illumination beam and secondly that images with oblique illumination lead to phase information at the camera and that the acquisition of images with opposite illumination leads to the generation of an image with phase contrast.

The artificial eye chosen for this test consist in an sphere filled with viscous liquid and has a rough paper stuck to one side of the sphere opposite to the pupil, i.e. an aperture with a small lens. We have found this artificial eye well adapted to a first proof of concept since we have freed ourselves from the fixational eye movements while having a lens in the pupil which can focus the illumination beam at different angles depending on its position in the pupil. Finally, the back of the artificial eye is a rough paper which has strong scattering properties and can therefore be used to test if our instrument can achieve phase imaging though back oblique illumination.

Imaging protocol

To do so, we have acquired an image sequence on an artificial eye fundus while shifting the pupil of the illumination beam to the four positions, away from the center of the pupil of the artificial eye, as described in Fig. 8.2 (B) in the previous section. In order to avoid vignetting we have started by selecting the aperture stop of 1.8mm diameter, which leads to an illumination pupil diameter at the artificial eye pupil plane of 2mm. Then, we have applied the set of four voltages, shown in Tab. 8.1, corresponding to the four positions derived in the previous section for phase imaging. Finally, we have set the frequency of the cycle changing the position of the illumination pupil to 10Hz, which led to the acquisition of 20 frames at each of the four pupil positions of the illumination beam. Since this first test has been performed on artificial eye, which remains still, we have only acquired an image sequence of 100 frames in the conditions previously described.

Image processing

We have averaged every 20 frames for each pupil position in order to have a higher signal to noise ratio of the generated images. At least one averaged image for each of the four illumination pupil positions shown in Fig. 8.2 (B) has been obtained.

In order to achieve differential phase contrast we have conducted the computation described by Eq. 8.1 [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF] and presented in the previous Ch. 5, where I θ and I -θ represent images illuminated with opposite angles of incidence. Since we have acquired images with two sets of opposite illuminations we can compute two phase contrast images I DPC : a first one between top and bottom illumination pupil positions 2,4 and a second between left and right illumination pupil positions 1,3.

I DPC = I θ -I -θ I θ + I -θ (8.1) 
The subtraction between two images from opposite asymmetric illumination ideally cancels the background absorption contribution while the sum of the two images is close to the bright-field image. The obtained image I DPC is related to the sample's phase gradient (here the artificial eye paper) [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF].

Results: Achieving phase gradient contrast

Figure 8.3 shows the four average images corresponding to the four positions of the pupil of the illumination beam. We notice a variation in the aspect of the paper fundus from the artificial eye. When visualizing this image sequence we notice a 3D rendering brought by change of illumination incidence. However the contribution of the background is considerable and the aspect of the fundus does not seem to vary substantially from the standard bright-field image. The two phase contrast images previously computed are presented in Fig. 8 8.4 display a shadowing that gives this classic 3D rendering typical of phase gradient images [START_REF] Ford | Phase-gradient microscopy in thick tissue with oblique back-illumination[END_REF][START_REF] Yi | Graded-field microscopy with white light[END_REF]. Additionally, the images show positive and negative phase gradient values in the form of bright and dark pixels standing out from a grey background corresponding to a zero phase gradient value. The paper being a fairly scattering material has generated a back oblique illumination that has illuminated with a given obliquity the superior layer of the paper. In image Fig. 8.4(A) a small area has been zoomed in order to appreciate the granularity of this paper layer visible thanks to conversion of the phase gradient variations to intensity variations. 

Conclusion

This first test on an artificial eye has proven that the introduction of an asymmetry in the illumination of our system leads to phase gradient imaging. Indeed, this obliquity in the illumination introduces an asymmetry in the Fourier plane of our sample due to a partial filtering by the finite pupil of the system. Thus, a recombination of this asymmetric diffracted light in the Fourier plane by the next optic lens leads to an intensity variation related to the phase gradient of the sample, in our case the artificial eye. The phase contrast is increased by computing differential phase images which subtracts two images with opposite phase gradients and similar background contributions.

The use of an artificial eye enabled us to achieve a first proof of concept of this instrument without the additional difficulties that we meet when realizing in-vivo human retina imaging such as eye fixation movements, temporal aberrations or higher complexity of the sample to name a few. These challenging issues, along with others, are met in the following section which address the first test of this instrument on an in-vivo human retina of a healthy subject.

Test in humans

The test performed on artificial eye has shown that varying the pupil position of the illumination in the eye pupil plane effectively changes the angle of incidence of illumination of the sample, in the previous case the artificial eye. The generation of intensity variations at the camera plane observed in the computed phase contrast image and which seemed related to the phase gradient have proved that the paper at the back of the artificial eye has back-scattered the light with two different angles when illuminated through two opposed incidences. We have then tested if the same protocol works in a healthy human eye invivo. As mentioned before, this test presents new difficulties: Firstly, the eye moves even when in fixation, leading to a movement of the illumination pupil to another position in the eye pupil plane than the one planed by the user. Since we do not have currently a pupil stabilization in our system, the accuracy of the illumination pupil position is lower than in test on the artificial eye. Secondly, we are limited in power. Since we use a small diaphragm at the pupil plane, it implies an important restriction of the power of the light source, which is already used at its maximum power. With the low amount of back scattered light from the retina, the signal to noise ratio of the images is very low in this configuration.

To reduce the impact of both of these limitations in order to achieve a first test in humans in-vivo we have acquired short image sequences (a few seconds) on a subject with good fixation to limit the variation of the positions of the illumination beam at the eye pupil plane and we have doubled the time of exposure (10ms instead of 5ms) to increase the signal to noise ratio.

The same protocol and distances computed for the artificial eye test has been selected. An image sequence has been acquired at 10°T focused on the photoreceptors layer. However we have set a larger exposure time for each image sequence corresponding to each of the four different angles of incidence. Since the illumination pupil is here 1mm at the eye pupil plane instead of the standard 5mm, the light power reaching the retina is strongly reduced, and therefore we need longer exposure times and to average a few frames per angle of incidence. However, we must take into account the eye stability. Because we do not have a pupil stabilization, averaging several images over a large period of time can lead to a shift of the planned positions of the illumination pupil and end up with an unwanted variation in the angle of incidence. We have set the exposure time at 10ms, only the double of our standard 5ms which seemed experimentally the minimum to reach a acceptable signal to noise ratio. We have kept the same 10Hz illumination pupil variation rate used in the artificial eye test. Firstly, we have noticed that the photoreceptors intensity varies with the angle of incidence. In particular, images (A) and (D) seem blurry as almost every photoreceptor seems dark, particularly when comparing it to images (B) and (C). We interpret this phenomenon to be a consequence of the Stiles Crawford Effect described in Ch. 1. Indeed, photoreceptors behave like wave-guides, meaning the photoreceptors acceptance angle of light presents a Gaussian distribution, with its peak corresponding to the light coming from the center of the pupil in healthy subjects. So a position of the illumination beam at the eye pupil plane too far from the center of the eye pupil in (A) and (D) can explain a photoreceptors response significantly lower. Even though we have planned the four positions for the illumination beam at the eye pupil to be around the center of the pupil of the eye, the limitations of our system make it difficult to precisely control their exact position. Indeed, the subject, even with good fixation, may have moved before the acquisition, shifting the four position towards one edge which would explain the darkness of the photoreceptors in (A) and (D), most likely close to the edge, and the bright photoreceptors in (B) and (C), most likely close to the center of the pupil. This shift of the four illumination pupil positions of could also be explained by an error of the imaging protocol. Indeed, since we are imaging at 10°T, we have asked our subject to follow the fixation target (cf.Ch. 4 for details on the fixation target) and he has therefore moved the center of his pupil towards that direction. If the system has not been correctly realigned the four positions of our illumination beam might have reached the eye pupil slightly shifted towards one edge. Similarly to the test on artificial eye we have computed here the differential phase contrast image using Eq. 8.1 with images (A) and (C) in Fig. 8.5 which have been illuminated with opposite incidence angles. Figure 8.6 shows the resulting phase contrast image (B) next the to the average image generated from the sum of images (A) and (C). The bright spot in the middle of Fig. 8.6 (A) corresponds to the wavefront sensor punctual light source and appears as a dark spot in the center of the phase contrast image. This kind of artifact, since the spot masks information from the retina, will be avoided in the future by introducing a dichroic filter in front of the imaging camera. Concerning the rest of the information in both images, the first observation we can make is the lack of out of focus dark patches present in the average image (A) compared to (B). A zoom on the same region of each image is shown in Fig. 8.6 where a red ellipse with a dashed line identifies in (A) a dark shade corresponding to out of focus features which does not appear in the phase contrast image (B). Indeed, phase imaging has the advantage of improving optical sectioning since the out of focus light is contained in the background contribution and does not depend on the angle of incidence. Therefore, when subtracting the two differently illuminated images we cancel these out of focus terms. We can also notice a difference in the aspect of the vessels. In the averaged reflectance image they appear dark and belonging to the same plane, while in the phase image they display a shadowing that gives a relief making them look as belonging to a different layer. Additionally, we seem to better visualize the vessels in the phase contrast image than in the average image (A), where for instance the left vessel observed in (B) (identified with a red arrowhead) is completely invisible in (A). The same can be said of the branches of the vessel of the right (identified with yellow arrowhead).

Results: Directional back-scattering of photoreceptors

Nonetheless, even though these observations relate to phase imaging we also observe a strong back scattering of the photoreceptors that is not related to the phase gradient. Indeed, as mentioned before, photoreceptors have a directional acceptance angle because of the Stiles Crawford effect. Because of this same effect they back-scattered the light primarily towards the direction they are oriented, which is in the case of healthy subjects the center of the pupil. Our phase contrast image in Fig. 8.6(B) is the subtraction of two images which have been illuminated with two angles of incidence and thus the same photoreceptors in each image display different intensity because of this Stiles Crawford effect. When subtracting the image obtained is therefore dominated by a non-zero term corresponding to the difference in intensity of photoreceptors in each image. This strong signal may be masking other signals originating in phase gradient differences of other retinal structures.

Finally some limitations concerning the experimental set-up must be addressed. First, the low signal to noise ratio due to the low power of the source has made us increase in exposure time which has led to a slower acquisition frequency. Adding to this fact that even with the increase the exposure time, the contrast remains lower than with standard illumination, a more powerful light source is necessary to achieve a suitable exploitation of this instrument. Second, this instrument, allowing us to vary the angle of incidence of the illumination of the retina, has been implemented in the same illumination path as the dark-field imaging described in Chs. 5, 6. Therefore, the diffraction effect generated by this SLM has also an impact on the quality of the images acquired with this instrument. A separated illumination path for the implementation described in this Chapter could improve the image quality while solutions for the limitations of the SLM are being studied.

Conclusion

The computation of a phase contrast image using the method from [START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF] and [START_REF] Ford | Phase-gradient microscopy in thick tissue with oblique back-illumination[END_REF] on a human retina in-vivo with this instrument developed in AO-FIO has led to a less conclusive image than in the previous test on artificial eye. The 3D rendering clearly observed on the paper in previous section typical of phase gradient contrast is not observed here. Additionally the directional back-scattering of photoreceptors prevents us from canceling their signal as part of the background contribution which dominates the contrast of the image.

From these conclusions, future lines of work have been drawn. On the one hand, since we have observed in images (A) and (B) almost a complete extinction of photoreceptors, most likely due to an illumination incidence far from the center of the pupil, we could hypothesize that two acquisitions with two angles of incidence as close to opposite edges of the eye pupil as possible could lead to two images with dark photoreceptors. The absence of photoreceptors signal could enable the detection of the phase gradient term from other retinal structures. Another option could be to change the focus of the camera to other layers, making the photoreceptors signal so out of focus that it would be cancelled out as part as the background contribution as shown before. On the other hand, instead of using this instrument to exploit phase contrast we could use it to exploit the directionality of the photoreceptors back-scattering. Indeed, since the maximum amount of back-scattered light by these retinal structures is achieved in the direction in which they are oriented, we could use the variation of illumination of photoreceptors as a tool to derive their orientation. This functional analysis is described in following Ch. 9 in Part. IV where the clinical applications of the instruments are addressed.

Part IV

Clinical application: From structure to function

The three implementations described in the previous Part III turn the AO-FIO into a valuable tool for microvasculature analysis as it enables us to observe microscopic structures like vessel walls or capillaries. It has also enabled us to observe structures that might be retinal pigment epithelium, in which case it would mean that we are able to image structures that are usually masked by photoreceptors strong back-scattered signal. This enhancement is complemented in this part with the computation of biomarkers useful in a clinical setting. This part is divided into three chapters concerning each a particular retinal network or structure. The neural network still remains globally invisible aside from the nerve fibers layer and photoreceptors. A structural and functional analysis of the latter is explored in Ch.9. Chapter10 describes the biomarkers that can be computed on dark-field image sequences obtained with our AO-FIO as we are able to follow erythrocytes in capillaries or vessel deformation. In particular, it describes functional analysis of the perfusion function achieved thanks to the development of specific image processing. Finally the last chapter introduces an alternative imaging technique to image retinal pigment epithelium and draws a comparison with the dark-field imaging in AO-FIO.

Chapter 9

Extracting neural retinal biomarkers

Parts II and III described the manipulation of the illumination geometry on an AO-FIO and the implementation of three instruments. This manipulation aimed to improve the contrast by either selecting multiply scattered light (Chapter 6), filtering out the out of focus light (Chapter 7) or by selecting directional scatterers (Chapter 8). In these following two Chapters we aim to show the various applications that an AO-FIO with an optimized adaptive optics and the improved contrast can carry out in a clinical setting. In this Chapter we describe the two neural structures, photoreceptors and nerve fibers, that can be imaged with a high contrast using our optical system and the biomarkers that can be derived informing on the pathological state of these structures. Finally we describe how the orientation of photoreceptors can be derived, which has been proposed as an indirect functional biomarker in the sense that it might provide an information on the healthy or pathological functioning of this retinal structure.

Structural biomarkers

In order to achieve functional imaging you must first be able to resolve the retinal structures concerned by those functions. In Chapter 6 we have developed dark-field in full field which enabled us to resolve cells with the same dimensions and spacing as the Retinal Pigment Epithelium (RPE). In Chapter 7, the improvement in optical sectioning brought by the pseudo-confocal technique leads to a more sensitive detection of photoreceptor intensity and variation in intensity. Improving the contrast of the retinal structures carrying out the functions implies that we are more sensitive to any variation, spatial or temporal, of said structures.

Photoreceptors

Clinical interest

Photoreceptors are intensively studied in the retinal imaging community for two main reasons. Firstly, they participate in the transduction function (see Ch. 1) which converts the light stimulus into a neural stimulus, leading to vision. Pathologies degenerating the photoreceptor mosaic lead rapidly to blindness and are irreversible. A good understanding of these structures as well as an early diagnosis are critical. A biomarker often used to evaluate the degeneration of this mosaic is the cone density [START_REF] Werner | Outer retinal abnormalities associated with inner retinal pathology in nonglaucomatous and glaucomatous optic neuropathies[END_REF][START_REF] Wolfing | High-resolution retinal imaging of cone-rod dystrophy[END_REF]. This density computation can be done automatically, using methods which have been developed by a few teams [START_REF] Kaccie | Automated identification of cone photoreceptors in adaptive optics retinal images[END_REF][START_REF] Liu | An automated algorithm for photoreceptors counting in adaptive optics retinal images[END_REF], or semi-automatically as sometimes the contrast of images does not always allows an exhaustive automatic computation [START_REF] Xue | Photoreceptor counting and montaging of en-face retinal images from an adaptive optics fundus camera[END_REF]. In both cases a very well resolved and highly contrasted mosaic is necessary. As mentioned above, Chapter 7 describes the implementation of an imaging technique allowing us to partially filter out the out of focus light in an AO-FIO, leading to an enhancement in contrast of the photoreceptor mosaic. Here we show how this technique improves the computation of the photoreceptor density, a biomarker evaluating the degeneration of the mosaic.

Biomarker

Two image sequences of the photoreceptor layer have been acquired, one using the AO-FIO with the standard illumination, the other using the pseudo-confocal technique described in Chapter 7. Both sequences were acquired at 10°temporal and in the same imaging session for comparison purposes.

Average images have been computed for both sequences and the same region displaying a photoreceptors mosaic has been cropped in both averages. Then, both cropped areas (see Fig. 9.1) corresponding to each modality have been processed using Li et al. [START_REF] Kaccie | Automated identification of cone photoreceptors in adaptive optics retinal images[END_REF] cone counting algorithm. The algorithm binarize the cropped images with respect to a size in pixels of the structure of interest as well as a threshold value that we introduce. Results are shown in Table 9.1. We notice that the cropped area acquired with standard illumination is less contrasted and leading to missing cones in the counting. We can conclude that the enhancement in contrast brought by the pseudo-confocal technique leads to a more accurate computation of this metric. showing the number of cones in both cropped areas displayed in Fig. 9.1 and computed by Li et al algorithm. [START_REF] Kaccie | Automated identification of cone photoreceptors in adaptive optics retinal images[END_REF], the number(#) of regions from images in Fig. 7.4 (illuminated squares in the pseudoconfocal images and their corresponding regions in the standard illumination average), and the computed cone density.

Nerve fibers

Clinical interest

Another neural structure that can be very clearly visualized in our system is the nerve fiber layer. When focusing on this layer we are able to resolve the nerve fiber bundles and even identify vessels interlaced in between. 

Biomarker

A very useful biomarker concerning the nerve fibers is the thickness of the nerve fiber layer, which is usually carried out by Optical Coherence Tomography (OCT) [START_REF] Donald | Determinants of normal retinal nerve fiber layer thickness measured by Stratus OCT[END_REF][START_REF] Guedes | Optical coherence tomography measurement of macular and nerve fiber layer thickness in normal and glaucomatous human eyes[END_REF].

In our system we do not have the axial resolution of the OCT but we have a high spatial resolution and good contrast. Thanks to these performances we are able to obtain highly contrasted images of the nerve fibers like the one shown in Fig. 9.2. Several characteristics of the fibers can be closely studied thanks to these images such as the direction of the fibers, which appears very clearly on the images of this layer as well as their position relatively to vessels and the way they are interlaced. Finally, we could imagine computing the spacing between the fiber bundles in order to analyze if the spacing increases in subjects with neural degenerative diseases. Indeed, when we compute the Fourier transform, shown in Fig. 9.3 (A), of a region of Fig. 9.2 containing only fiber bundles, we observe a frequency signature of the fibers in the form of a diagonal segment (identified with a yellow segment on the binarized image). By measuring the size of this segment we can derive the spacing between the fibers. Using ImageJ software (National Institutes of Health, USA) we measured 45±2 pixels leading to spatial frequency of 120 cycles/mm, i.e. a spatial period of 8 µm between fiber bundles which is consistent with the literature (which indicates the spacing is a few microns) [START_REF] Omer | Imaging retinal nerve fiber bundles using optical coherence tomography with adaptive optics[END_REF].

Comparison with AO-SLO

AO-SLO enables us to acquire very highly contrasted images of the photoreceptor mosaic as a confocal pinhole is often implemented allowing the filtering of out of focus light, leading to a high optical sectioning and a very clear cone mosaic. However, the implementation of a technique allowing the filtering of out of focus light in full field implies a contrast close to AO-SLO but without distortion artifacts. Indeed, as mentioned in Chapter 1, AO-SLO may need an AO-FIO template for distortion correction as in some image sequences all of the frames are distorted. If the same great contrast could be achieved in AO-FIO, a single instrument could be used, instead of the two suggested in Chapter1. This is particularly true for pathological eyes, being the cases which interest us in the clinical setting since we are looking to evaluate retinal degeneration. Furthermore, AO-FIO also benefits from a large field of view, which implies faster total image processing time when studying large regions of the retina. Both of these advantages are also valid for nerve fiber imaging where distortion can mislead diagnosis and a large field of view is interesting since they are long structures visible in large areas of the retina.

Functional biomarkers

In this section we explore the second application of the instrument implemented in Ch. 8 that enables the variation of the incident angle of the illumination beam. As it was mentioned, this instrument was first designed to derive the photoreceptors orientation, which is the neural functional biomarker presented in this Chapter. The following paragraphs describe the clinical interest and the interest of this particular biomarker as well as the details on its computation, the first results and perspectives. We use the name "retinal goniometer" for the instrument implemented in Ch. 8 throughout this section as its application is measuring the photoreceptors orientation.

Clinical interest

Photoreceptors takes part in transduction, i.e. the conversion of the optical signal to electrical signal. In some pathologies photoreceptors are still visible on retinal images although the patient's vision is impaired and therefore their function is clearly failing.A clue to the failure of photoreceptors can be the loss of their normal orientation, which is towards the eye pupil. In the following paragraph we have shown how the retinal goniometer could represent a valuable tool to assess the orientation of photoreceptors. Although it remains unclear what is the relationship between the reflectivity in AO retinal imaging and the cone function [START_REF] Litts | Photoreceptor-based biomarkers in AOSLO retinal imaging[END_REF], this instrument could be used to further investigate the functional application of this biomarker (orientation of photoreceptors).

Biomarker: Photoreceptor brightness at various illumination incidences

A biomarker indicating the orientation of the photoreceptors could be derived by exploiting the optical effect known as the optical Stiles Craford effect. This effect, related to the directional sensitivity of the photoreceptors, consists in the variation of the amount of light acceptance and back-scattered photons of the photoreceptors with the incidence of the illumination beam. The maximum of both acceptance and back-scattering happens when photoreceptors are illuminated in the same direction they are oriented. Light reaches the photoreceptors when the direction of the illumination beam is coincident with the orientation of the photoreceptors. The computation of this biomarker has previously been attempted by Miloudi et al.

[108] using the RTX1 system (Imagine eyes, France), a commercial AO-FIO. The method implemented in this study was to manually vary the illumination pupil and analyze the photoreceptor brightness over the same region for each incidence which led to the visualization of the optical Stiles Crawford effect in the form of a negative cone mosaic. However, the precision in the control over the illumination pupil position was limited as it was achieved manually and the time between acquisitions with different incidences was quite long which increases the uncertainty on photoreceptor brightness variations.

We propose here a similar approach but with an instrument enabling an automatic and fast variation of the illumination incidence in order to overcome those limitations. The principle of the computation of this biomarker is the following. Retinal images in our AO-FIO system are acquired by asking the subject to fixate a target. An illumination beam is focused into the retina forming an illuminated field of view in the back of the eye. We have acquired images with different illumination incidence. The acquisition protocol is the same as described in Ch. 8. We have acquired an image sequence where the illumination incidence is sequentially and automatically modified at a 10Hz rate by a custommade Labview software to four pupil positions of the illumination beam at the eye pupil plane (see Fig. 9.5 (B)). This leads to four different incidence angles of illumination of the retina. We have selected a 1.8mm diameter of the aperture stop, which corresponds to 2mm at the eye pupil plane. Dimensions have been computed to keep the pupil of the beam inside the pupil of the eye, which is set in our system to 5mm. All the selected dimensions are summarized in Fig. 9.5(A). Then, an average image for each incidence was computed. The photoreceptors of every eccentricity can be evaluated by asking the subject to follow a visual target leading to the imaging of various regions of the retina. In Fig. 9.6 there is a schematic drawing showing a subject eye fixated so as to image the photoreceptor mosaic. Photoreceptors are represented as an orange ellipsoid, for 0°eccentricity, and green ellipsoids, for the rest of the eccentricities. Wherever the subject is fixating, the illumination axis (red axis) should always be parallel to the photoreceptors orientation we are imaging given our small field of view, and therefore their orientation would correspond to the illumination incidence of the image showing their maximum brightness.

The results shown in Fig. 9.7 are the same presented in Ch. 8.5 analyzed here for a different application. We have used the same image sequence described in Ch. 8. The image sequences were processed using the same custom-made algorithms described in Ch. 4. In short, we have corrected images for inhomogeneous illumination, registered the sequence and averaged the frames corresponding to the each pupil position.

These first images enable us to assess if our system is sensitive enough to the change of photoreceptors brightness with varying illumination incidence. We have noticed that some of the positions (Fig. 9.7 (B) and (C)) back-scatter much more light than others (Fig. 9.7 (A) and (D)). However these are images averaged over a time period of half a second, which is quite long if we take into account other potential effects with an impact on photoreceptor brightness, such as photoreceptor bleaching. So, a more accurate comparison has been achieved using this image sequence.

Figure 9.8 shows the variation in brightness of a small region with a photoreceptor mosaic, where each cropped image corresponds to the average of 10 successive frames. Indeed, in our imaging protocol the illumination beam is sequentially changed between four positions. The time on each averaged image marked in yellow corresponds to the moments when the pupil position changes, which is every 100 ms or 10 frames. We notice that for each pupil position, even at different times in the sequence, the photoreceptors mosaic aspect is very similar. Positions 1 and 4 back-scatters very little while 2 and 3 display a bright mosaic. These observations show that the system is sensitive to a variation in pupil position and that the variation in brightness is not due to eye fixational movements or other physiological reasons but the angle of incidence of the illumination.

However we also notice subtle differences between the images for the same pupil position. For instance when looking in Fig. 9.8 to images of position 2, a red arrowhead identifies a cone in each image whose brightness slightly varies from one moment to the next. These variations, which could have a physiological origin, incite us to analyze the Stiles-Crawford effect on a short temporal period in order to have more accurate measurements by reducing the potential impact of other effects, such as intrinsic signal variations of the cones.

Since the images have been acquired on a healthy subject we have expected to observe four similar brightness levels considering that we shifted the illumination pupil of the same distance which should lead to the same angle of incidence in four different directions. However, the brightness levels highly vary between positions {1,4} and {2,3}. This difference, as it has been quickly explained in Ch. 8, is probably due to a misplacement of the four positions which instead of being centered around the center of the eye pupil could all have been slightly shifted to the edge of the pupil. In our case, the four positions have probably been shifted towards the edge in positions 4 and 1 which would lead pupils 2 and 3 in a more central position. Additionally, the difference between positions 2 and 3 is more difficult to evaluate as the signal to noise ratio is low. Nonetheless we observe a sensitivity of the retinal goniometer to the angle of incidence which delivers a functional information about the orientation of photoreceptors. In this first test we derive that photoreceptors are oriented towards the incidence given by the pupil position 2 or 3. The accuracy of this analysis could be increased by enhancing the signal to noise ratio. These conclusions encourage us to further improve this system for this application, in particular by implementing a pupil stabilization which would enable a fine control and knowledge of the pupil position and therefore illumination beam incidence.

In order to study the directionality of the back-scattered light by photoreceptors we can subtract two images acquired with complementary illuminations (two opposite pupil positions). Such an image has been obtained in previous Ch. 8, where we have computed the Differential Phase Contrast (I DPC = I θ -I -θ I θ +I -θ ) using images with complementary illuminations 1 and 3 (cf.Fig. 9.5). In Fig. 9.9 the absolute value of the DPC image is presented next to the average image of the same region. We have noticed when comparing these images that some photoreceptors appear dark in the DPC image (red arrowheads in Fig. 9.9) implying that they back-scattered with the same brightness intensity when illuminated at different incident angles. Indeed, if the intensity of a photoreceptor varied substantially the subtraction between two images of this photoreceptors would lead to either a bright spot or a dark spot in the DPC image. By taking the absolute value of the DPC image, the dark spots become the pixels with an intensity close to zero. A first interpretation was that we are observing rods which have not the same wave guiding properties of the cones and therefore would keep the same brightness when varying the angle of the incident illumination beam. Indeed, even though we do not have the resolution to image rods, it could be an unresolved image of a rod or a group of rods. However, it might also be a cone whose back-scattered light remained constant between the two illuminations. Although the subject tested was healthy, it could be hypothesized that the orientation of the cones identified as dark in the DPC images is different to the orientation of the surrounding cones. Indeed, as mentioned before, if our illumination shifts were perfectly centered with the center of the eye pupil, the photoreceptors brightness should be the same on images with complementary incidences. Here we are probably not perfectly centered and therefore the majority of the photoreceptors show an intensity difference between the two complementary images, with the exception of the identified dark cones. Finally, another hypothesis is that the wave-guiding properties assigned to the cones might not be verified for these particular cone photoreceptors because of a physiological difference in the cell(e.g. they are at a different stage in the disk renewal or pathological deterioration) with respect to the other cones. Further investigation needs to be done to answer these questions. 

Conclusion

In this section we have shown the clinical applications of the implementations in Part III for the evaluation of neural cells, and in particular photoreceptors. The enhancement of contrast achieved in Ch.7 leads to the clearer visualization of the photoreceptor mosaic and therefore a more accurate computation of structural biomarkers. Finally, the instrument described in Ch. 8 is used here as a retinal goniometer, i.e. as an instrument measuring the orientation of photoreceptors. We have shown that our system is sensitive enough to detect a difference in photoreceptor brightness when varying the angle, and future work should therefore be oriented towards building a protocol and image processing leading to a measurement of the orientation, as well as improving the measurement accuracy.

Chapter 10

Extracting vascular retinal biomarkers

In previous Ch.9, we discussed the clinical applications of the instruments described in Part III for the study of neural structures and in particular on photoreceptors. We showed that quantifying variations of these cells was critical to understanding a range of pathologies affecting photoreceptors and to eventually provide the earliest possible diagnosis. However, the detection of a damaged structure or dysfunction of the photoreceptors might come a little too late indicating already an irreversible deterioration of the retina. Therefore, to prevent this neural damage it is essential to detect the pathology before the appearance of symptoms in the neural cells. This could be achieved by studying the surrounding cells whose deterioration are not always a symptom of the neural pathology but can be its actual cause. An example of such retinal structure is the vascular network, whose function is to provide oxygen and nutrients to the retina. The lack of these supplies leads to this kind of cellular degeneration. Therefore spotting a failure of the vascular function can lead to an early diagnosis avoiding an irreversible deterioration of the retina.

The aim of this Chapter is to show that the implementations achieved in the previous Chapters have also clinical applications in the study of vascular structures. Like Ch.9, this Chapter is divided in two sections: Section 10.1 is focused on the imaging of retinal vessels and quantification of their structural variations, we detail the clinical interest of studying these retinal structures and describe various biomarkers for evaluating their good condition, i.e. quantifying a variation in the structures of interest that could be an indication of a pathology. Then, in Sect. 10.2 we discuss the potential functional imaging of the vascular network that could be achieved thanks to the new implementations. To do so,we show functional biomarkers whose variations could indicate a damage of the vascular structures before this degradation could affect the aspect of the vessels themselves.

Structural biomarkers

In this section we first explain the clinical interest of studying the vascular structure. Then we describe a range of vascular biomarkers, three of which we compute on our data set in order to show the clinical perspectives of our system in structural imaging of the vascular network.

Clinical interest

The retinal vascular network, which delivers nutrients and oxygen to the retina (see Ch. 1 for details), is not very well characterized. Although a few models of the geometry of the network have been proposed, much is still umknown.

A range of clinical tests check the state of the retinal vascular network, but often the information they provide concerns only large vessels since they are unable to resolve capillaries. Yet, when the pathologies are detected at the level of the larger vessels, surrounding cells might have already suffered irreversible damage.

The symptoms observed in retinal vessels vary from one pathology to another. Diseases like macular degeneration or diabetes often result in vessel blockage and the appearance of micro aneurysms respectively, both imply the formation of avascular areas lacking the necessary supplies. Additionally, this usually leads to the formation of new capillaries with a very chaotic geometry and which are very fragile, and therefore break easily, leading to blood leakage in the retina. Other pathologies, such as arterial hypertension, show other symptoms like focal contractions of vessel lumen. These are reversible reductions of the vessel lumen size, which indicates a decrease of vasoconstriction and are generally accompanied by a thickening of the wall. This reduction of the lumen size is also often observed in older patients, where a vein has been drawn to an artery, without achieving contact. This could be due to the fact that the amount of fibers surrounding vessels decreases with age. These vasoconstrictions reduce the amount of blood that reach certain areas and can lead to change of pressure as well as a shortcoming in necessary supplies in the affected regions. All these pathologies show vascular symptoms that, if not treated, can lead to a rapid deterioration of other retinal structures.

The study of vasculature is therefore essential, in particular the study of the microvascular network, since it is the site of exchange between blood and tissue. Detecting disruptions at this level would lead to early diagnosis before consequences at a larger scale, implying a more important retinal deterioration, appear.

Vascular biomarkers

A range of biomarkers have been defined to inform on the state of the retinal vascular structure in order to detect a potential disruption as well as to indicate the progress of a retinal pathology. We describe here a few biomarkers that allow the quantification of the symptoms mentioned in the above paragraph. On the one hand, structural biomarkers have been defined to detect the presence of blockage by detecting its symptoms, like chaotic vascular geometry or new avascular zones. Since healthy capillaries follow a very regular geometry, biomarkers evaluating the capillaries nominal geometry and quantifying the geometrical irregularities have been defined to help diagnosis. Additionally, the size and shape of the Foveal avascular Zone (FAZ) [START_REF] Toco | Foveal avascular zone and its relationship to foveal pit shape[END_REF] can be a helpful biomarker to detect pathologies leading to blood blockage. Finally in order to detect symptoms altering the normal vascular contraction and dilation of vessel, three other biomarkers have been defined, quantifying their lumen size, their wall thickness and the ratio between the two. Ideally, when computing these three biomarkers, the values obtained should be compared to a nominal value associated to vessels of a certain caliber from healthy subjects. However, such values have not been found yet. Thus, the current method relies on computing the mean value of the biomarkers along a large path of the vessel and then comparing values from single points along the vessel to this mean. Pathological values stand out from the mean indicating an irregular constriction or dilation of the vessel. These three last biomarkers have been computed on vessels and capillaries from healthy subjects imaged with dark-field imaging developed on our AO-FIO (Ch. 6) and the results are presented in the following paragraph. 

Biomarkers on our data: capillaries lumen size, wall thickness and wall-to-lumen ratio

Thanks to the enhancement of contrast obtained in the dark-field imaging implemented in our system we are able to measure vessel lumen size, including capillaries, and wall thickness, where we can even detect each one of its layers. With these two measurements we can also compute the wall-to-lumen ratio. We show in Fig. 10.1 and Fig. 10.2 examples of vessels and capillaries on which we have computed these three biomarkers. In Fig. 10.1 images were acquired using the standard AO FIO illumination and the darkfield was generated either by the back scattering of the lamina cribrosa (Fig. 10.1 A), the dark regions from the field stop (Fig. 10.1 B) or simply by the boundaries of the standard illumination (Fig. 10.1 C).

The biomarkers have been computed manually in image processing software ImageJ (National Institute of Health, USA) and the results have been summarized in Tab.10.1. Several measurements have been conducted in order to compute the uncertainty on the values.

A few observations can be made on the results shown in Tab.10.1. Firstly, as it has been previously mentioned, we did not find a given wall-to-lumen ratio value associated to a healthy vessel. The vessel from Fig. 10.1 (A1) has ratio of 0.68 while the one from (B1) has much lower ratio of 0.19. It is even more interesting when we consider than both those vessels have a total outer diameter of 65µm and 69µm respectively, meaning the wall-tolumen ratio can show a significant difference between two vessels of similar sizes. For this reason the current method consists in comparing the wall-to-lumen ratio values obtained on a given vessel to the mean value of the wall-to-lumen ratio computed along a path of the vessel itself. Secondly, results on Fig. 10.1 (C) presented in the third row of Tab.10.1 show that a large range of vessel calibers that can be measured using dark-field imaging in full field, with a precision of half a micron. Finally, the last row of Tab.10.1 show that these results can also be obtained when using the new illumination path described in Chapters 5 and 6. However, these last computations have been carried out on an average image (Fig. 10.2) where the field of view has only been partially illuminated in dark-field configuration. In order to be able to compute these biomarkers anywhere in the whole field of view we need to improve our dark-field configuration. Indeed, we need to identify the size of the dark fields that are best adapted to the structures we are imaging and increase the signal to noise ratio so as to obtain the necessary high contrast in the whole field of view.

Comparison with AO-SLO

Several studies on vasculature, particularly on the microvascular network, has been carried out using AO-SLO. This technique is indeed a valuable tool to study this structure as it has an outstanding resolution and contrast and the biomarkers presented in this section have been computed with AO-SLO systems. Similarly, vascular pathologies have been studied using the commercial adaptive optics camera RTX-1 (Imagine Eyes , Orsay, France), where biomarkers such as those presented in this section have been exploited [5,[START_REF] Rosenbaum | Effects of age, blood pressure and antihypertensive treatments on retinal arterioles remodeling assessed by adaptive optics[END_REF][START_REF] Paques | Adaptive Optics Imaging of the Retina and Vessels[END_REF][START_REF] Rosenbaum | Relationships between retinal arteriole anatomy and aortic geometry and function and peripheral resistance in hypertensives[END_REF]. However, in AO corrected cameras, some features remain masked by strong back-scattered signal, such as the smaller capillaries. The aim of this work was to reach a contrast with these new developments enabling us to image the vascular features that were previously invisible in AO-FIO systems and therefore improve the visibility of structures like the vessel walls or the microvasculature. The possibility of achieving these accurate measurements on full field implies getting rid of distortion and the potential gain of a larger field of view when imaging vessels. These two advantages that come with the full field technology are essential when thinking about the clinical applications. A distortion free image ensures that observed deformation comes from a physiological origin and a large field of view provides a faster analysis of the various regions of retina. Section 10.1 described a few examples of biomarkers that can be computed using our modified AO-FIO to evaluate the state of the vascular structure structures. In the next section we explore the potential functional biomarkers of the vascular network that can be computed with our system.

Functional biomarkers

Before a retinal pathology causes damages to the vascular structures, it will impair their function [6]. Therefore, detecting a dysfunction in the vascular network can allow the diagnosis and treatment of the pathology before it affects the structure itself, avoiding a wider deterioration of the retina. The vascular network carries out the function of supplying retinal cells with nutrients and oxygen, which are delivered by the blood. An exchange between blood and tissue takes place at the capillaries level before the blood flows back to replenish new supplies. Spotting an irregular delivery of these supplies, meaning noticing an alteration of the blood flow or vessels reaction, implies a failure in this supplying function. These alterations, which could be an unusual blood flow speed or a slow vasocontriction reaction of the vessels for instance, represent small spatial and temporal variations in the vascular structure. Therefore, a system with high spatial and temporal resolution is required to be able to capture them. When visualizing the image sequences presented in Ch. 4 that were acquired with our AO-FIO system, we notice that the blood flow was visible suggesting we had at least the necessary spatial lateral and temporal resolution to detect such variations. Moreover, unlike scanning instruments, all pixels in each frame of our full field system are acquired at the same time. This simultaneity in acquisition has two implications. First, that a motion in the field of view observed in a video sequence can be traced in time, making this system very suitable for temporal analysis of spatial variations. Secondly, that we have a high temporal resolution which keeps improving with the fast development of camera technology. Finally, we have been able to conduct the functional analysis of the blood flow in both the standard bright-field and the dark-field modalities thanks to the implementations presented in Ch. 6.

In this section we explore the extraction of vascular functional biomarkers, i.e. values evaluating the normality of vascular variations that inform on the good condition of the vascular function. If we compare the computed values of these biomarkers to what have been established as nominal values, from healthy subjects, we could detect irregularities which would indicate the presence of a pathology affecting the vascular function.

The results of the functional analysis carried out on the retinal vasculature using our system is presented in the form of an article currently in peer review, which is introduced by the reading guide in Section 10.2.1 and is presented in Sect. 10.2.2.

Reading guide

A range of techniques are used to characterize the blood flow in the retina by extracting features of the blood flow like its speed, levels of oxygenation or spatial localization in the retina. For instance, speed analysis of the blood flow in retinal large vessels can be achieved using Doppler flowmetry, however the precision decreases when studying the smaller vessels such as capillaries. Another well adapted technique to characterize retinal vascular flow is the image based angiography. This technique consists in computing perfusion maps which localize the flow in the retina. The computation of these maps, also known as motion contrast maps, is based on the computation of the temporal variance of an image sequence. This variance quantifies the variation in brightness generated by the absorption of the light by the passing erythrocytes and therefore shows a high pixel value where there is blood flow. This spatial characterization of perfusion can be carried out with systems like OCT or AOSLO but these techniques lack the spatial resolution to detect the capillary flow or the temporal resolution to detect the faster flow in large vessels respectively. Therefore, vascular function remains poorly characterized in spite of this variety of instruments.

In this section we introduce the AO-FIO as a new instrument within the framework of retinal angiography. The purpose is to map the blood using the same temporal variance computation used on the data from the other systems. Nevertheless, because the contrast of flood systems is lower, the development of an specific image processing routine specific to our system was necessary. The results are summarized in a scientific paper accepted in January 2019 by Biomedical Optics Express. I participated in the data acquisition, processing and analysis, as well as in the development of the specific processing for blood mapping and speed extraction and the writing of the article.

The reader should start by the first section ("Introduction") to understand the challenges of this functional analysis on an AO-FIO. Then, section 2 ("Methods") describes first the experimental set-up, which consists in the AO-FIO system described in Ch. 4 and its illumination manipulation to obtain dark-field imaging, described in Ch. 6. Secondly, section 2 describes the studied population and image processing, in particular the specific processing, consisting in a spatio-temporal filter, developed to achieve high contrasted blood mapping. Finally, the second section ends in introducing the temporal fraction of the image sequences using a temporal filter to isolate in different perfusion maps blood varying at different speeds. Finally, all results are summarized in section 3 ("Results") and discussed in section 4 ("Discussion") leading to the conclusion of the prospective clinical use of this system for angiographic studies.

Introduction

The accurate mapping and quantification of retinal blood flow has become a major goal in vision research since several of the most common retinal pathologies show vascular abnormalities as early symptoms, in particular at the microvascular level [1]. Different approaches have been explored to characterize the retinal blood flow. Doppler flowmetry, which uses speckle interferometry, was successfully used to generate maps displaying retinal perfusion and to extract the blood flow velocity, but with limited resolution [2,3]. Other approaches such as image based angiography techniques, involving instruments such as Optical Coherence Tomography (OCT) or adaptive optics ophthalmoscopes, have been developed to achieve noninvasive visualization and characterization of retinal blood flow [4][5][6].

For all these systems, the computation of angiographic maps, known as motion contrast maps or perfusion maps, is based on the same principle. The blood is mapped by computing the temporal variance of an image sequence. This variance quantifies the variation in brightness generated by the absorption of the light by the passing erythrocytes. Through this computation a high signal appears where the blood passes. Among these non invasive technologies, OCT Angiography (OCTA) competes in the clinical setting with the current gold standards of Fluorescein and Indocyanine Green angiography [7], both of these tests being invasive and requiring intravenous administration of a dye and long imaging sessions lasting from 10 to 30 minutes. OCTA has proven to be a fast and robust technique providing a 3D mapping of both the retinal and choroidal vascular network within a few seconds, showing both structural and blood flow information [8]. However, even though OCTA enables accurate mapping of large vessels, it has been shown that lumen sizes of smaller capillaries are generally overestimated [9,10], which makes this technique less suitable to study the microvascular network than others with higher lateral resolution, such as ophthalmoscopes combined with adaptive optics (AO).

AO technology corrects the eye's aberrations in real time to capture images with diffractionlimited resolution [11]. Some teams have developed image processing to generate retinal perfusion maps adapted to image sequences obtained with AO corrected ophthalmosocopes, in both full field [5] and scanning configurations [12,13]. Multiple studies have been carried out to study the retinal microvascular network, in particular in AO corrected scanning laser ophthalmoscopy (AO-SLO). Indeed, retinal perfusion maps where capillaries are accurately mapped [4,14] were obtained thanks to the superior contrast and optical sectioning of AO-SLO compared to AO flood illumination ophthalmoscope (AO-FIO), and its combination with off axis techniques (eg dark-field, offset aperture, split detection). However, the scanning nature of the acquisition process in AO-SLO poses two problems when attempting quantitative angiography with this technique. Firstly, the presence of image distortion due to eye motion, even after post processing [15], generates artifacts in the contrast maps, and implies an uncertainty as to whether a movement observed between two frames is due to physiological reasons or due to scan distortion. Secondly, the AO-SLO acquisition rate is limited by the raster scan speed, which restricts the temporal resolution, making it difficult to accurately measure erythrocyte speed. Nevertheless some teams have been able to overcome this limitation through the manipulation of the scanning such as the multiple beam illumination carried out by DeCastro et al. [16], where the acquisition rate is increased over the scanning raster limit, enabling them to measure the speed of single erythrocytes in human retina in vivo. Other implementations such as the near confocal line scanning from Gu et al. [17] accelerates the scanning process as it is only carried out in one direction leading to images of blood flow in human parafoveal capillaries. Finally, another technique developed by Zhong et al. [18] achieves erythrocyte velocity by stopping the slow scanner leaving only a single line projected by the fast scanner on a blood vessel leading to spatiotemporal traces of erythrocytes. Although these solutions solve the temporal resolution limitations, they come with restrictions such as small field of view [18], an uneven contrast in capillaries [17] or a limitation concerning the direction and plane of the vessels whose blood flow can be analyzed [16].

In order to obtain the necessary spatial and temporal resolution, Metha's group developed an AO-FIO working at a wavelength centered at 593 nm and using a fast sCMOS camera (see Bedggood et al., [19]). The choice of this wavelength provides a near optimal erythrocyte contrast, leading to enhanced motion contrast maps. They studied neurovascular coupling at microvascular level with no distorsion and an accurate quantification of capillaries size as small as 3 µm. They measured the size of capillaries in reaction to stimulation and were able to detect less than a micron in variation [19]. However, the contrast maps obtained have a small field of view (0.8°× 0.2°) which, for a larger analysis of the retina, would mean long imaging sessions. In addition, the use of a wavelength in the visible spectrum is not only uncomfortable for the subject, but for safety reasons, it restricts the amount of power that can be sent into the eye, which limits the size of the field of view. Finally, at this visible wavelength, the imaging light also stimulates the retina, so that stimulation and imaging cannot be decoupled.

It appears that there is an unanswered need for angiography maps produced from a flood illumination setup (providing distortion-free, large field-of-view, high frame rate sequences) using Near Infrared (NIR) illumination (creating the opportunity for decoupled stimulation and imaging). However, flood-illumination NIR video sequences of erythrocytes, or red blood cells (RBC), have a limited contrast compared to scanning systems and visible light. As a result, although blood flow is visible in image sequences from our NIR AO-FIO [20], conventional image processing developed by the teams previously mentioned tends to fail in our image sequences due to a low signal-to-noise ratio (SNR). In this paper, we provide the methodology to produce NIR wide field undistorted angiography maps : we use a finely tuned NIR AO-FIO (previously described in [20]) to produce image sequences; we then use a temporal filter to isolate pixels which vary in contrast at a rate falling in the physiological range of erythrocyte velocity, and a spatial filter to reduce the noise variation; last, we compute perfusion maps from the filtered image sequences. This method is used on a few healthy subjects to test the method in vivo. Then, in order to validate our results we verified that the obtained angiography results are in line with previous works of the characterization of retinal blood flow. Finally, by temporally filtering the image sequence in various temporal bands, we demonstrate the capabilities of our system to map the blood flow velocity, opening the way to more elaborate and accurate velocity analysis of our data set.

Methods

Adaptive optics imaging

The imaging system used here is the PARIS AO-FIO which has been described in detail in a previous work [20]. The system consists of two optical subsystems, the Wavefront (WF) Sensing and Control subsystem and the Illumination and Detection subsystem (see schematic layout in Fig. 1). The dynamic and static aberrations of the eye are measured with a custom made Shack-Hartmann wavefront sensor and corrected using a 97 actuator deformable mirror (ALPAO, France). The adaptive optics loop rate is 50Hz. A fibered Super Luminescent Diode (SLD) (Omicron, Germany) with nominal center wavelength of 750 nm is used to measure the aberrations and an 860nm SLD (Omicron, Germany) coupled with a liquid fiber illuminates the retina with a 3.6°diameter field of view. The light is then back-scattered by the retina towards a fast Scientific CMOS ORCA flash4-V2 camera (Hamamatsu, Japan), enabling 2048 × 1024 pixel frame acquisition at 200Hz, which corresponds to 1.5 mm × 0.75 mm field-of-view. The exposure time being set at 5 ms , acquired retinal images can be considered as distortionless, as eye movement can be considered negligible [21]. The magnification between the camera and the retina is such that each 6.5 µm pixel corresponds to 0.73 µm in the retina.

The camera is mounted on a motorized stage (Thorlabs, Germany) enabling us to focus on various layers of the retina by moving the stage.

Subjects

Healthy subjects were selected in order to compare our results to normal erythrocyte speeds in the literature. Acquisitions were made on two men (ages 28,39) and one woman (age 25). The project followed the tenets of the Declaration of Helsinki. Informed consent was obtained from subjects after the nature and possible outcomes of the study were explained. The subject's head was stabilized with a chin and forehead rest. They were asked to stare at the fixation target which enabled us to guide the subject's line of sight and explore various areas of the retina. The subjects pupil was not dilated. The total light energy entering the eye from the illumination source and the WFS source are respectively under 400 µW and 2.8 µW, which is less than half the power stipulated by the ocular safety limits established by ISO standards for group 1 devices. 

Image acquisition

AO-FIO image sequences of typically 1000 frames were acquired at 200Hz (total acquisition time of 4s) with a 2.7°× 5.4°field of view.

For each subject we acquired image sequences near the lamina cribrosa (10°-12°) and the peripheral retina (5°-10°). In order to obtain optimal perfusion maps, the focus of the camera was placed on the nerve fiber layer. Images were acquired using standard bright-field AO-FIO illumination and dark-field AO-FIO illumination [22].

Image processing

Background subtraction and image registration

Following the acquisition, the low spatial frequency components of the retinal image, corresponding to scattered light from out of focus layers of the retina, were removed [20]. This correction was performed by subtracting a low-pass filtered version of each image from the raw image, where the low-pass image is obtained by a mean filter (kernel of 50 pixels) [23]. Then, the spatial variance was used as an image quality metric to get rid of images blurred [23] by fast and large fixational eye movements such as microsaccades or blinking. For each image sequence, about 1% of images were discarded, which represents so few frames that the temporal variance computation leading to the perfusion maps is not affected. The final selected images were registered using a pairwise maximum likelihood sub-pixel approach [24]. An advantage of our method is that thanks to the high acquisition speed of our flood illuminated AO fundus camera, a single native image acts as template for stabilization of the acquired movies, without having to resort to an externally acquired template image as scanning techniques do [15] due to the distortion intrinsic to the scanning modality. The averages of the registered image sequences were computed.

Computation of perfusion maps

In order to isolate the signal variation produced by the absorption of erythrocytes flowing in vessels and capillaries, we developed a spatio-temporal filter with frequency bands centered on the theoretical spatial and temporal frequencies corresponding respectively to the size and speed of erythrocytes in retinal vessels. These filters were applied to the video frames before computing the temporal variance leading to enhanced contrast angiography maps of retinal vessels.

Temporal filtering -We start by applying a temporal filter to the image sequences. This enables us to get rid of signal variations slower than blood flow (e.g. deformation of the retina during the cardiac cycle) or faster than blood flow (high temporal frequency component of the noise).

We select a large frequency interval for the temporal filtering which goes from 10Hz to 80Hz, i.e. from 10% to 80% of the Nyquist temporal frequency of our instrument. The tuning of the frequency bandwidth was set to be as large as possible in order to avoid filtering erythrocyte motion while leading to the highest possible signal to noise ratio in perfusion maps. Processing was carried out in IDL programming language (IDL,Exelis,USA). Spatial filtering -A spatial low-pass filter was then necessary to filter out the features, essentially noise, in the images whose variations fall in the same temporal frequency interval as the erythrocytes and therefore decrease the contrast of the motion contrast maps.

For the spatial filtering we used a Gaussian filter with a cutoff frequency (normalized by the Nyquist frequency) of 0.14, which corresponds to a spatial frequency of 47.6 cycles/mm. The boundary of the filter is chosen to filter structures smaller than 21 µm,which correspond to a few erythrocytes. As well as the temporal filtering the spatial cut-off frequency of the low pass filter was selected to increase the signal to noise ratio of the perfusion maps without filtering out blood cells.

Visualization 1 and Visualization 2 in Supplementary data are the registered image sequence (corresponding to the image presented in Fig. 2(C)) before and after the application of the spatio-temporal filtering. After this processing we obtain an image sequence containing only features around the size of a few erythrocytes moving at speeds close to the values of the blood flow speed.

Finally we compute the temporal variance of the sequence to obtain the motion contrast maps.

Perfusion color map generation based on blood flow speed

The high temporal resolution of the system allows us to subdivide the frequency band of the temporal filter in order to spatially analyze the different speeds of the retinal vessels. To achieve this, we apply various filters with different bandwidths to the video sequence and generate various contrast maps corresponding to each filter in order to be able to identify the capillaries and vessels with different blood flow speeds.

Results

Perfusion maps in bright-field AO-FIO illumination

Nonmoving structures are filtered out leading to enhanced contrast perfusion maps. Figure 2 shows two examples of typical perfusion maps obtained with NIR AO-FIO after spatio-temporal filtering in bright-field configuration. (A,C) are the average images of peripheral retinal vessels, (B,D) their corresponding perfusion maps. In all the images, large vessels lie in a nerve fiber bed where one can barely detect a hint of some capillaries. In the intensity images the capillaries are barely detectable, but appear with relatively high contrast in the perfusion maps. This ability to remove stationary features, such as the fibers signal, and enhance motion is shown in a magnified view (Fig. 2 Since the use of the dark-field modality has enhanced perfusion maps in AO-SLO, we also acquired images in this illumination configuration and generated their respective perfusion maps. Figure 3 shows two average images of vessels with a typical dark-field configuration contrast Fig. 3(A) and 3(C). The dark-field illumination has been induced in Fig. 3(A) by introducing a field diaphragm in the illumination path while in Fig. 3(C) it is due to the presence of the lamina cribrosa located under the vessel [22]. Videos corresponding to these average images can be seen in Supplementary data Visualization 4 and Visualization 5. Figures 3(B) and 3(D) correspond to their respective perfusion maps. We observe in both of these maps that large vessels display two bands, with a darker aspect at the center of the vessel, instead of the several previously described in bright-field illumination, with a brighter signal in the center. A magnified view showing the aspect of the vessel on the dark-field area is displayed in Fig. 3(B) (yellow box). Another difference between perfusion maps in bright-field and dark-field configuration is the contrast of the capillaries. Indeed, the smaller capillaries seem to be less contrasted in the center of both bright and dark fields, while their contrast seems enhanced when they lie on the border between the two different illumination fields.

Differentiation of vessels by blood flow speed

The high temporal resolution of the system enables a fine temporal sampling of the erythrocyte motion. The temporal filter, firstly designed to isolate the signal of red blood cell moving, is used here to separate this signal into three separate temporal bands going respectively from a frequency of 1Hz to 10Hz, 10Hz to 25Hz and 25Hz to 40Hz. This fractioned temporal filter was applied to an image sequence (corresponding to Visualization 6 in Supplementary data) acquired on a region with a capillary network to be able to compare blood speeds between several retinal vessels. Figure 4 shows, at the top, the average image of this region (Fig. 4(A)) and its corresponding perfusion map (Fig. 4(D)). At the bottom is presented the speed analysis with the three perfusion maps corresponding to these temporal bands Fig. 4(C), 4(D), 4(E). By assigning an RGB channel to each temporal frequency band, we generate a perfusion color map in which each color is associated to certain frequencies. In Fig. 4(F), blue represents the slower motions (1Hz to 10Hz), red the fastest (25Hz to 40Hz), while green is used to display features moving at medium speeds (10Hz,25Hz). We notice that although the three perfusion maps share many similar features, some capillaries appear more clearly in one particular map than another. Indeed this difference is highlighted in color map Fig. 4(F). For instance, capillaries appearing contrasted in Fig. 4(C) while invisible in 4(D) and 4(E) are blue in image 4(F). In each channel sub-image Fig. 4(C), 4(D) and 4(E), the pixels appearing bright are pixels temporally varying with frequencies between [1Hz,10Hz], [10Hz,25Hz] and [25Hz,40Hz] respectively.

Discussion

Distortionless high resolution perfusion maps in the near infrared

Distortionless high resolution perfusion maps in near infrared could be a highly valuable tool for assessing the state of the retinal vascular network, and particularly for neurovascular studies of the retina, as near infrared wavelength range is more confortable for the subject, safer in terms of thermo-chemical damage, and does not stimulate the retina (thus enabling decorrelation of stimulation and imaging channels to carry out functional imaging). Distortionless maps would enable extraction of reliable biomarkers, such as foveal avascular zones (FAZ) [12]. Such maps can only be obtained using adaptive optics (for spatial resolution) near-infrared imaging, in a full-field modality (to prevent distortion artifacts entailed by scanning), such as the PARIS AO-FIO [20]. Indeed, there are two main difficulties generated by the distortion artifacts, which are produced in an image obtained with a retinal scan when the eye moves during the acquisition of a frame. On the one hand, when there is a deformation in a retinal structure, there is an uncertainty regarding whether it comes from distortion or has physiological origin. On the other hand, to correct distortion on all the frames in an image sequence, the user must select a reference frame. However, there may not be a working reference in every acquisition [15]. Although some teams have found solutions to increase the acquisition rate of scanning systems and therefore minimize the impact of eye movement [18], choice of template remains subjective, meaning that the metrics extracted from processed images could be confounded by significant local distortions, caused for instance by disease. In consequence, some teams resort to using an image acquired sequentially with an AO fundus camera as a ground truth template for distortion correction [15]. Our images, acquired with a high speed AO fundus camera, are inherently ground truth templates and thus distortion free allowing reliable metric extraction. However, the existing perfusion map processing methods, which produced either high contrast maps in near-infrared contrast maps with distortion [12,13] , or without distortion but in another wavelength (wavebands centered on 593nm to maximize erythrocyte absorption contrast [5,19]), fail in full-field NIR due to a poorer SNR in the image sequences. Using a spatial and temporal filtering of our image sequences, we were able to obtain large field-of-view (2.7°× 5.4°) distortion-free enhanced contrast perfusion maps of the retina using AO-FIO image sequences in near infrared. The spatial resolution (down to capillaries of 5 µm ± 1 µm diameter) and contrast (0.6-0.8 range) of the obtained perfusion maps is similar to confocal AO-SLO results [14].

A thorough analysis of the image sequences was carried out in order to confirm that the perfusion maps were not a result of introduced artifacts by the filter: when looking at bright-field perfusion maps we notice that large vessels display parallel bands with, in several cases, a brighter central band. We first thought that this brighter central band could be due to the temporal variation of the specular reflection along the crest of the vessel wall instead of erythrocyte motion. However, when closely looking at the videos (Visualization 1, image sequence corresponding to average Fig. 2(C)) we observe a flow motion at the center of the vessel with a speed and direction close to the blood flow characteristics, leading us to the conclusion that the bright band at the center of the large vessel in the perfusion map is generated by a temporal variation of erythrocytes motion.

Finally, to validate our results we verified that the obtained perfusion maps are in line with previous works of the characterization of retinal blood flow: Fig. 2(D) shows a vein on the lower part of the image with several ramifications. The flux seems to remain unmixed after the confluence as we observe these various bands in the perfusion map. Indeed, this phenomenon has been previously described in [14] using AO-SLO where they show perfusion maps of several branch venules entering a vein with various illumination configurations.

Comparing dark-field and bright-field perfusion maps

Our system enables us to acquire dark-field and bright-field images in AO-FIO of the same regions [22]. We wanted to verify if the dark-field modality in flood imaging could increase the contrast of the perfusion maps the same way it has been shown in AO-SLO [14].

With regards to capillaries in perfusion maps, Chui et al report enhanced contrast in dark-field imaging with AO-SLO [14]. In our case, for instance in Fig. 3(B), capillary contrast is higher in the bright-field zone than in the dark-field zone, except at the edge of the central obscuration. This zone, which corresponds to the maximal illumination gradient in the image, is precisely the region where the sensitivity to the phase of the sample is the highest [25] and where the dark-field full-field configuration most closely resembles the standard scanning configuration [14]. With regards to larger vessels, we acquired image sequences of the same region, showing an artery crossing with a vein, in bright-field and dark-field (see Visualization 7 in Supplementary data). In addition to the fact that average images in bright-field and dark-field show differences in contrast (Fig. 5 (A), 5(D)), we also noticed that perfusion maps in both configurations show significant differences. In Fig. 3, we noticed that large vessels display only two parallel bands in dark-field perfusion maps, whereas several bands are visible in our bright-field configuration. The same effect is shown in Figs. 5(B) and 5(E), where we show the perfusion maps of the same region for comparison purposes. The corresponding intensity profiles are plotted in Fig. 5(G): the blue plot, corresponding to the bright-field map, has three maxima (three bands), with the central maximum higher than the ones on the sides; the red plot, corresponding to the dark-field map, has only two maxima, with a darker region in the center of the vessel.

It is interesting to note that this two line shape observed in dark-field modality in full field is not observed in the dark-field modalities perfusion maps shown in [14]. This could be due to the fact that AO-SLO offset aperture dark-field modality does not completely filter the single back-scattered light, leading to images with a slight back-scattered reflection on top of the lumen of the larger vessels.

The flow shape observed in our system dark-field illumination seemed to imply that erythrocytes have two preferred paths that lie on each side of the lumen, which was in contradiction with the observations made on bright-field perfusion maps (showing several bands). However, when studying the flow in image sequences with dark-field configuration, we are able to detect at times the blood flow motion in the center of the vessel (see Visualization 4 corresponding to the video from Fig. 3(A)) which goes against this hypothesis of two preferred paths. Our interpretation of this discrepancy is illustrated in Fig. 6. Let us consider first the bright-field case. In the same way in which the specular reflection will be greater at the top of the vessel where the wall is orthogonal to the direction of illumination, the back-scattering generated by the inside of the lumen of the vessel will also be greater on the wall that is orthogonal to the direction of the illumination, leading to more photons returning in this direction to the camera (see left image in Fig. 6). Thus, the variation in intensity would be greater along the crest of the vessel wall orthogonal to illumination than in other areas of the vessels which back-scatter relatively less light. The variance signal would therefore be higher at the center than the borders, and thus the variance image would be brighter.

In dark-field, the light detected by the camera comes from forward scattering (scattered by layers below the artery) and goes through the vessel, where it is partially absorbed by red blood cells flowing inside the vessel. The absorption is then stronger at the center, where the vessel (and red blood cell flow) is the thickest. In dark-field, this effect is not counterbalanced by a stronger specular reflection at the bottom of the vessel, so that no bright central band is visible. 

Wall-to-lumen ratio

Aside from studying perfusion itself, a better estimation of the size of the lumen can be reached with perfusion maps, leading to more accurate retinal biomarkers such as wall-to-lumen ratio [26] or quantification of vessel lumen expansion or contraction [19]. Indeed, perfusion maps of vessels enable us to determine their lumen size better than in averaged reflectance images, because they mark the passage of the blood, and therefore display the lumen size of capillaries and veins more distinctively. For instance, Figs. 3(C) and 3(D) show how the limit between lumen and wall is hardly distinguishable in 3(C) while the perfusion map 3(D) displays a sharp border between the high bright signal coming from the blood flow motion and the dark background coming from the motionless vessel wall.

Velocity color maps

Figure 4 shows how by applying a temporal filter to the image sequence with various cut off frequencies we can identify capillaries with different blood flow speeds. Indeed when we assign a color to each temporal band and we merge them in one image (Fig. 4(F)), we observe that the capillary network displays a mixture of these three colors. This means that two pixels with different colors vary at different speeds. In particular we observe that the longitudinal vessels (indicated with white arrowheads in Fig. 4), which are not visible in AO-SLO [14], display a slower signal variation than other capillaries whose flow moves laterally. By using simplistic assumptions, it is possible to link the pixel temporal variation with an order of magnitude of the blood velocity. We assimilate the red blood cells as particles with a typical size φ RBC , and we suppose that these particles have a periodic flow with a spatial period equal to 2φ RBC , so that the blood flow speed v RBC is linked to the pixel temporal frequency ν as:

v RBC = 2φ RBC • ν (1) 
It is difficult to assign an accurate value to φ RBC : red blood cells can get as small as 5 µm when they fold to travel in small capillaries [27,28]; on the other hand, the particles we visualize in video sequences often correspond to a cluster of red blood cells rather than individual ones, with a typical size around 20 µm. We will consider here an 8 µm typical value [5]. With this simplistic model, the three inferred velocity ranges corresponding to Fig. 4(F) frequency bands are [0.02 mm/s,0.2 mm/s], [0.2 mm/s,0.5 mm/s] and [0.5 mm/s ,0.8 mm/s]. These orders of magnitude are in agreement with the literature [5]. Although this approach only provides an order of magnitude of the absolute blood velocity, it does provide insight on the relative blood velocity in the vascular network. For instance, capillary velocity maps such as Fig. 4(F) could be used to monitor blood flow abnormalities at a microvascular level.

Limitations and future work

A limitation from this temporal analysis appears in Figs. 5(C) and 5(F). This cropped area of a color map displays in the same red color a vein and an artery crossing, even though arterial flow is faster than the blood flow in veins. This could be caused by the fact that we analyzed the intensity variation caused by the RBC passage over a large temporal interval (a few seconds), which is longer than a diastole and systole (less than a second), leading to the averaging of the artery speed variations. We would need to increase the temporal resolution to reach a rate higher than the current rate of our system (200Hz) and analyze over a smaller interval, which requires a more powerful light source so as not to limit the SNR, and a faster camera. Also, some small artifacts appear in the form of white lines parallel to the vessel walls, which we interpret as the temporal variation of the vessels vibrating when the blood is flowing.

Despite these limitations, the technique presented here opens up exciting prospects, such as producing 3D dark-field angiography maps. In Fig. 2 three examples of this vessel going into deeper retina layers are indicated with red arrowheads in both the average image Fig. 2(C) and its perfusion map Fig. 2(D). These longitudinal vessels and capillaries do not seem to appear to our knowledge in AO-SLO images, and belong to the vascular plexus linking the various vascular beds. The detection and mapping of these vessels could lead to the possibility of 3D mapping the microvascular network the same way OCT does for the larger vascular network. Indeed, we have recently shown that the axial resolution capabilities of our AO-FIO system are better than usually accounted for in the literature, and that cross sectional images (analoguous to OCT B-scans) can be produced to identify the various retinal layers [29]. The combination of this tool with the undistorted widefield angiography maps (in dark-field or bright-field) presented here could lead to the 3D mapping of the microvascular network.

Future work will be oriented towards improving the spatial dynamic study of the perfusion and increasing the accuracy of the blood flow speeds in capillaries by increasing the acquisition rate and/or developing more sophisticated processing to derive the erythrocytes' speeds in a similar way to particle image velocimetry [30].

Conclusion

The high spatial and temporal resolution of the NIR AO-FIO combined with the specific image processing presented in this paper enables us to compute retinal perfusion maps with enhanced contrast, no distorsion and a large field of view. In particular, we are able to resolve capillaries as small as 5 µm in various regions of the retina. These angiography maps obtained on healthy subjects are in line with the characteristic described in previous work of the field validating this image processing method. The implementation of the dark-field illumination in full field led to an increase of contrast at the boundary between the illuminated and dark areas in perfusion maps. This observation encourages us to compute motion contrast maps with different structures of the illumination in order to further improve the contrast of these maps. Another valuable feature of our system, possible because of the high acquisition rate, is the spatial analysis of the temporal dynamic of the blood flow. By temporally filtering the image sequence we can generate several perfusion maps, each one showing capillaries with blood flowing at a different speed range.

Conclusion

This Chapter shows how the instruments described in Part.III enable us to extract biomarkers informing both on the state of the vascular structure and function. On the one hand we can use our dark-field configuration to help the diagnosis of pathologies such as arterial hypertension affecting the contraction and dilation of vessels. On the other hand, the processing tool developed in Sect. 10.2.2 not only enables us to localize the vascular network up to a capillary level in the retina, it can also be used to characterize the speed of the blood flow up to that same microvascular level. Even though future work should be carried to achieve higher precision in the extracted speeds and the contrast of the perfusion maps obtained, this Chapter showed the potential of the manipulated AO-FIO for vascular study, and particularly the microvascular study.

The next Chapter addresses the last retinal structure studies with our system, the retinal pigment epithelium. This structure is very hard to visualize as it is hypo-reflective. We showed how the dark-field configuration allowed us to image these cells and compare it to another imaging technique that allows the visualization of retinal pigment epithelium layer. Finally, since the contrast of these cells is quite low in our images we have limited ourselves to structural imaging, concluding with suggestions on the necessary next steps to achieve functional imaging of retinal pigment epithelium cells.

Chapter 11

Clinical analysis of the retinal pigment epithelium cells with two complementary imaging techniques

Chapters 9 and 10 explored the clinical applications of the AO-FIO with its new implementations described in Part III, and in particular the functional analysis that could be carried out on the acquired image sequences of neural and vascular retinal structures. This functional analysis implied the extraction of a biomarker evaluating the correct function of photoreceptors and vessels and it was possible because of the high contrast of the obtained images. In Ch. 6 other features were revealed whose dimensions suggested that we could be imaging retinal pigment epithelium cells (RPE). The RPE layer absorbs light in order to protect the retina from radiation and avoid image blur by excessive reflected light, but it also continually provides to the photoreceptors a molecule, the retinal, which is vital for the achievement of transduction. Damage in the RPE layer inevitably leads to the failure of visual function and possibly to the photoreceptors deterioration due to radiation. This layer of the retina is, in conventional bright-field images, masked by the photoreceptor signal and the cells are difficult to visualize on en-face images with any system. A cross section of the retina generated with OCT shows a bright stripe at the depth of the RPE layer and can be used to evaluate its degeneration. En-face images using techniques exploiting multiply scattered light in AO-SLO [12] or exploiting the motion of the intracellular organelles in AO-OCT [START_REF] Liu | 3D imaging of retinal pigment epithelial cells in the living human retina[END_REF] have been developed to visualize the structures. However, the contrast of such images is either quite low or either requires long imaging sessions, making it unsuitable for clinical application. Finally, autofluorescence imaging has been used to image RPE cells thanks to the excitation of fluorophores like lipofuscin [START_REF] Morgan | Light-induced retinal changes observed with high-resolution autofluorescence imaging of the retinal pigment epithelium[END_REF] or melanin [START_REF] Charles E Granger | Near-infrared autofluorescence imaging reveals the retinal pigment epithelial mosaic in the living human eye[END_REF][START_REF] Liu | Noninvasive near infrared autofluorescence imaging of retinal pigment epithelial cells in the human retina using adaptive optics[END_REF][START_REF] Granger | Human retinal pigment epithelium: in vivo cell morphometry, multi-spectral autofluorescence, and relationship to cone mosaic[END_REF] present in these cells leading to decent contrast, but commonly using visible light which is uncomfortable for the subject and can be unsafe [START_REF] Morgan | Light-induced retinal changes observed with high-resolution autofluorescence imaging of the retinal pigment epithelium[END_REF]. The obtained contrast of these cells with our system was also fairly low when compared to the other retinal structures previously described and like the other existing imaging techniques, clinical analysis of this layer in humans in-vivo remains a considerable challenge. While we have shown in Ch. 6 that the enhancement in contrast reached with full field dark-field imaging enables us to image retinal structures which we interpreted as retinal pigment cells, in this Chapter we aim to further investigate the potential of RPE images with our dark-field imaging for clinical exploitation. To do so, Sect. 11.1 details the extraction of a structural biomarker evaluating the normality of the RPE mosaic from images acquired with AO-FIO dark-field imaging. Then, a complementary method developed in AO-SLO for RPE imaging in NIR autofluorescence is described in Sect.11.2 and compared to our dark-field imaging with respect to clinical applications in Sect. 11.3. Finally, a conclusion of the results of this Chapter is presented in Sect.11.4 where we discuss the next steps to achieve functional imaging of the RPE cells.

Clinical application of the AO-FIO dark-field images 11.1.1 Clinical interest

Retinal pigmented epithelium is a layer which ensures light-scattering protection of the retina and supplies a vital molecule for transduction to photoreceptors (see Ch. 1 for more detailed description of its structure and functions). Because of the crucial role of RPE in the visual cycle, a failure to achieve its functions could not only affect the cycle itself but it could also rapidly lead to a degeneration of the photoreceptors and thus a permanent deterioration of vision. Therefore the importance of identifying early signs of damage of this structure.

Retinal pigment epithelium biomarkers

A range of biomarkers can be computed to evaluate the state of the pigment epithelium structure. Like the photoreceptors, the pigment epithelium cells form a mosaic, whose density can be computed. A loss in density would indicate a degeneration of this layer and therefore be a sign of retinal pathology. If the degeneration is more localized, meaning that there is an area containing several consecutive dead cells, another quantification of the damage is to compute the size of the wound corresponding to the total area missing the epithelium cells. Finally more sophisticated analysis could be carried out by verifying the position of the epithelium cells with respect to photoreceptors,i.e. the number of photoreceptors per pigment epithelium cell.

The following paragraph describes the computation of the density biomarker on the cell mosaic in our dark-field images, which we interpret as RPE cells. The computation has been on an area (yellow box) of the average image shown in Fig. 11.1 (A).

Extraction of density biomarker of the retinal pigment epithelium mosaic

.1 shows the average image previously presented in Ch. 6 of a large cell mosaic acquired near the fovea whose characteristics suggest they could be RPE cells. The zoom indicated by a yellow box in this image shows the cells (red arrow head identifying one) in detail to better appreciate the mosaic. Cell density is computed using the same algorithm employed in the previous Ch. 9 and developed by Li et al. [START_REF] Kaccie | Automated identification of cone photoreceptors in adaptive optics retinal images[END_REF] Indeed, pigment epithelium cells form also a mosaic but with a different size and spacing from photoreceptors. By simply changing those parameters in the algorithm we can apply the same procedure to compute the number of cells in the selected area. Since the contrast of this mosaic is lower, the numbers of cells obtained through the automatic computation has been corrected by manually counting the cells to find the final value presented in Tab.11.1. Several measurements have been carried out on the regions marked in yellow (Fig. 11.1) using the previous algorithm in order to obtain an uncertainty (standard deviation error) of the result. This value is consistent with the literature as it matches the value obtained at 2°Temporal eccentricity shown in Fig. 11.1(B) and is close in general to the density obtained by other teams in this region of the retina in humans in-vivo [START_REF] Morgan | In vivo autofluorescence imaging of the human and macaque retinal pigment epithelial cell mosaic[END_REF] and ex-vivo [START_REF] Shagun | Analysis of RPE morphometry in human eyes[END_REF]. The density shown here has been computed on a fairly small area. Ideally this computation should be done on a larger region of the retina with a very accurate knowledge of the eccentricity of said region. Even though we have only one image on one subject, the aim of this section was not to give a new information on the density of these cells but rather to show that, if these cells are proven to be RPE cells, the computation of its density his possible in AO-FIO thanks to an enhancement in contrast brought by dark-field imaging. Future work will be oriented towards achieving a higher signal-to-noise ratio in order to obtain a better contrasted mosaic of these cells in full field dark-field as well as increasing the analyzed area and the number of subjects tested.

Comparison with AO SLO

First reflectance images of in vivo human RPE cells were obtained by Scoles et al. [12] using dark-field imaging in AO-SLO. We showed here that this could also be achieved using dark-field imaging in AO-FIO. The contrast on our system is currently lower than the one achieved in AO-SLO, whether it is in autofluorescence or dark-field imaging. Nevertheless, we are able to visualize and even quantify this structure using a technique free from distortion and with the potential to acquire large fields of view. Therefore, we are encouraged to work in improving the SNR of our images in order to provide an alternative to AO-SLO dark-field imaging by reaching the same contrast and to offer complementary information to autofluorescence images. Finally, the analysis on the relative position of photoreceptors with respect to RPE mentioned in Sect. 11.1 is trivial on the AO-SLO due to RPE and photoreceptor mosaic simultaneous coincident capture.

Conclusion

The imaging of RPE cells has been made possible in our AO-FIO thanks to the development of dark-field imaging (see Ch. 6), and so has the computation of biomarkers evaluating its structure. Nevertheless, some concerns about the aspect of these cells in our images, which is quite different from the usual in other imaging systems, along with a low contrast which increases the uncertainty of measurement leads us to look for another way to verify our results. The next section describes the development of a near-infrared autofluorescence imaging technique for the study of the RPE at 757nm. This wavelength better adapted to the absorption spectrum of the melanin fluorophore is used to increase the contrast of the cells images. This imaging technique, which has been realized in a completely separate study, is interesting to me as it was an opportunity to learn more about RPE.

Autofluorescence imaging of the retinal pigment epithelium

with AO-SLO

Reading guide

This section describes the exploitation of an AO-SLO for autofluorescence imaging of RPE at 757nm, which resulted in a paper in press in Biomedical Express (accepted in October 2018). The aim of this study was to improve the contrast of near-infrared autofluorescence of retinal pigmented epithelium imaging with AO-SLO by exciting fluorophores with a more optimal wavelength. Indeed, near infrared autofluorescence has been developed and described in previous works, but using a 790 nm wavelength which is not optimal for excitation of melanin due to the fact that the absorption spectrum of melanin is relatively low at this wavelength. This study aims to increase the detected autofluorescence signal by using a 757nm excitation wavelength, thus also shifting the emission band to shorter wavelength where detector sensitivity is higher. This increase in signal strength leads to improved image quality and robustness bringing this technique closer to become a reliable tool in the clinical evaluation of retinal pigmented epithelium and in the following of therapies evaluating diseases affecting this retinal structure. Moreover, optimizing the near infrared autofluorescence imaging also leads to an alternative technique to the current golden standard of autofluorescence imaging of RPE: short-wavelength autofluorescence. This technique is based on the excitation of a different fluorophore, lipofuscin, using short wavelength (blue or green) visible light which can present a potential harm for the retina. Finally, since the contrast of both short-wave and near-infrared techniques arises from different excitation fluorophores, they can be used to extract complementary information of the same retinal structure.

The MAORI AO-SLO of the Quinze-Vingts Hospital was modified by changing the illumination wavelength with the optimal wavelength of 757nm mentioned above. Filters were added before the camera to limit the detection to the excited photons. I participated in the data acquisition and the discussion of the imaging protocols and resulting images, as well as in the writing of the article. The development of an imaging technique of RPE in the same laboratory was interesting to me, in particular because I could participate in the exploitation of an instrument leading to images that could be compared to our dark-field images of large cell mosaic in order to further investigate the hypothesis of being RPE cells.

Peer-reviewed Article: In vivo near-infrared autofluorescence imaging of retinal pigment epithelial cells with 757nm excitation

Introduction

Fundus autofluorescence imaging is routinely performed in clinical ophthalmology with scanning laser ophthalmoscopy (SLO) [1] and is an important tool for evaluating disease status and monitoring progression in pathologies affecting the retinal pigment epithelium (RPE) and photoreceptors (PRs), hence applicable in various retinal degenerations such as age-related macular degeneration (AMD). The RPE may be affected early on in disease, before damage to photoreceptors and vision loss has occurred, so precise imaging of the RPE is desirable to detect pathology at an early stage where treatment and management techniques may be most effective. SLO, with its lateral resolution of 10 µm, can view a large field of the fundus but cannot resolve individual cells. Short wavelength autofluorescence (SWAF) and fluorescein for retinal vasculature angiography are excited at visible wavelengths, usually using blue (488 nm) or green (532 nm) light. A drawback of using these wavelengths is that they are uncomfortably bright, even at light levels considered to be safe, and may potentially be harmful to diseased retinas that may be at greater risk for light induced damage [2]. Near-infrared autofluorescence (NIRAF) has typically been excited at ~790 nm. This wavelength has been utilized for NIRAF due to its convenience as it has been built into commercial SLO systems for reflectance imaging and to excite indocyanine green (ICG). The intrinsic NIRAF signal is thought to be approximately 60 times lower than SWAF [4], so detecting NIRAF is challenging. In addition, SWAF and NIRAF do not reveal the same fluorophore [3][4][5][6].

The principle fluorophore responsible for the autofluorescence (AF) signal at short wavelengths is lipofuscin, a material that accumulates in RPE cells as a consequence of the visual cycle [3][4][5][6]. Lipofuscin accumulates over a person's lifetime [7,8] and thus is expected to correlate with age. At near-infrared (NIR) wavelengths, melanin in RPE cells is thought to be the principle contributor to the AF signal, along with some choroidal melanin, and possibly some lipofuscin [4]. Melanin is expected to decrease with age [7]. Concentrations of intrinsic RPE fluorophores follow an inverse relation across the macula with melanin peaking in the fovea and lipofuscin in the periphery. In addition, melanolipofuscin forms with age [9] in quantities closer to that of lipofuscin than that of melanin. This means that both SWAF and NIRAF may potentially be generated from the same structures, containing both fluorophores. Lipofuscin itself is not a single fluorophore with narrow excitation and emission bands but is rather an array of fluorophores of overlapping broad excitation and emission bands, stretching from blue-green excitation producing green-red emission, to green-red excitation emitting with a red shifted peak [10]. As a unique broadband absorber, the excitation and emission spectra of ocular melanin and its sub-types (eumelanin, pheomelanin) are not well characterized, particularly in the near-infrared. For the purposes of monitoring pathology, lipofuscin has been the fluorophore of most interest as regional autofluorescence thought to be generated by lipofuscin has been shown to often be correlated with areas of photoreceptor death [11]. However, NIRAF has garnered increased interest recently as it is comfortable for patients and provides complementary information [5]. In addition, considering recent findings regarding the high proportion of melanolipofuscin in aging eyes [9], the NIRAF signal may serve as a surrogate for SWAF and biomarker of RPE status in diseased eyes.

Cellular level resolution imaging of the living retina has typically required the use of adaptive optics (AO) [12]. AO ophthalmoscopy (AOO) usually uses a closed-loop wavefront control to produce near diffraction-limited images (~2µm lateral resolution) using the full 6-9 mm pupil size available in the dilated human eye [13]. This allows individual photoreceptor cells to be resolved in the living retina, along with other microscopic structures such as the microvasculature and individual nerve fiber bundles. Imaging the other cell layers such as the RPE is more challenging as their weak contrast is masked by the bright reflections from the nerve fiber, vascular and photoreceptor layers. However, several imaging techniques have met this challenge in order to successfully reveal the RPE layer. Optical coherence tomography (OCT) is routinely used to reveal all the retinal layers in cross-section, including a particularly bright signal at the RPE layer due to the absorption/scattering properties of melanin in the cells of the RPE. However, despite exquisite axial resolution, commercially available OCT without AO lacks sufficient lateral resolution to resolve individual cells [14].

Individual RPE cells can be revealed in patients with reflectance AOO when the overlying photoreceptors are lost, but this is rare and is indicative of extensive, lasting damage, at a stage too late for many types of therapy [15]. RPE cells can be imaged using detection techniques such as dark-field AO, but only in some subjects and usually only near the fovea [17]; the reason for this remains unclear but it may be related to differences in the scattering properties of the photoreceptor layer outside of the cone-dominated macula [17]. Individual RPE cells have also be detected using AO-OCT [18,19]. The most recent report using this technique suggests that dynamic imaging is required and that RPE contrast may be enhanced by the natural movement, over minutes-long timescales, of organelles within individual cells [18]. However, to record this signal in vivo, long video sequences (90 minutes) on subjects with excellent fixation are required, so patient imaging is not yet feasible [18].

Adaptive optics scanning laser ophthalmoscopy (AOSLO) [20] has been used to image SWAF [21,22] and NIRAF [16,23,24] in healthy volunteers and reveals the individual cells of the RPE mosaic in vivo. NIRAF has also been used to image the RPE mosaic after administration of ICG [25]. These previous NIRAF techniques used wavelengths adopted from ICG imaging (~790 nm excitation, ~800-850 nm emission). The absorption spectrum of melanin shows a steady decrease from the visible toward the infrared and by 790 nm absorption is relatively low [4]; this fact, along with a recently published report showing relatively high noise levels and low contrast images when using these wavelengths [16], suggests that these previous implementations may not have been optimized. Here, we set out to improve AOSLO for NIRAF imaging of RPE cells in vivo. We implemented NIRAF in AOSLO with excitation at 757 nm, to seek to improve in signal strength, image quality and robustness over previous studies. This shift allowed us to move the emission band for NIRAF detection to shorter wavelengths where our detectors have slightly improved sensitivity, in addition to providing access to an area of the melanin absorption spectrum where absorption/excitation should be greater compared to longer wavelengths [4]. We validated this new NIRAF AOSLO implementation by imaging both normal eyes and those of several patients with RPE abnormalities.

Methods

We modified the multimodal adaptive optics retinal imager (MAORI) (Physical Sciences, Inc., Andover, MA, USA) at the Quinze Vingts Hospital in Paris, to add in a fluorescence detection channel optimized for the weak NIRAF signal (Fig. 1). This modification of the MAORI optical system added a series of dichroic beamsplitters and filters at suitable wavelengths along with a highly sensitive detector, and benefitted from the use of customdeveloped image registration software for data processing [26].

Setup

The MAORI system (Fig. 1) has been described in detail elsewhere [13]. Briefly, the system provides simultaneous adaptive optics correction for both an AOSLO and a spectral domain AO-OCT subsystem. An additional simultaneous wide-field SLO channel is used to target the high-resolution imaging to specific regions of interest. The AOSLO system includes a confocal reflectance channel and four offset apertures for non-confocal imaging; optical fibers serve as apertures and relay the light to avalanche photodiode (APD) detectors. A 69actuator deformable mirror (DM69, Alpao, France) in a 10 Hz closed loop with a Shack-Hartmann wavefront sensor corrects the wavefront aberrations. Images are acquired at 24 frames per second (fps). The three imaging sub-systems each have an independent light source: 940 nm for the wide-field SLO; 757 nm (Exalos SLD; 757 nm center, 20nm fullwidth at half maximum (FWHM)) for the AOSLO; and 840 nm for the wavefront sensing beacon and OCT. We modified the system to use the 757 nm beam for NIRAF excitation and added appropriate filters (see below; Semrock, USA) and dichroic mirrors to add in a new detection arm with a photomultiplier tube (PMT) (H7422-50, Hamamatsu, Japan). The PMT was chosen for NIRAF, rather than the APD detectors used for the other channels, because the high gain, low noise performance of the PMT is key in this "photon counting regime" low light application, where the AF signal is much weaker than the scattered/reflectance signal from the photoreceptors.

The fluorescence channel detects very low light levels and is therefore highly sensitive to stray light and detector alignment. Scattered light from other sources is minimized by doubling up on bandpass filters in front of the sources (FF01-747/33, Semrock, (excitation path on AOSLO source), FF01-888/131, Semrock, (excitation path on beacon), at 0° incidence, doubled) and the detector (FF01-794/32, Semrock, (emission path in front of PMT), at 0° incidence, doubled), providing an optical attenuation density of 12 at the excitation wavelength to obtain a high rejection rate of stray light. To combine paths, we used dichroic filters/mirrors as follows: on the AO beacon, we used a dichroic filter (Chroma 750dcxr at 17° angle of incidence (AOI)), which acts as a longpass filter cutting at 812nm, which in combination with the beacon excitation filters which cut hard below ~825nm guaranteed that none of the beacon light could bleed through to the NIRAF channel. The SLO/NIRAF beams dichroic (Chroma zt780sp-UF3, at ~45° AOI, shortpass) was a 1" x 3mm ultraflat substrate which reflected the NIRAF signal towards the collimator/multimode fiber and PMT. Detector alignment was fine-tuned by manually adjusting the x-y position of the fluorescence detection channel's confocal pinhole for each subject, at each imaging position (the confocal pinhole is in fact an optical fiber that collects the light to take it to the PMT, whose core fiber diameter is equal to pinhole size). As the Airy disk (AD) of the system is 48 μm, a confocal pinhole of 50 μm was found to provide the optimal tradeoff between optical sectioning and photon collection [27]. A smaller pinhole of 25μm produced noisy images, in which any improvement in optical sectioning that the smaller pinhole may provide was difficult to appreciate due to the increased noise. We typically acquired 800 frames at 24 fps, requiring 30 seconds to record each movie. In comparison to other NIRAF AO imaging [16,[23][24][25], our excitation wavelength of 757 nm should give higher melanin absorption compared to the longer wavelength excitation light near 790 nm that they used. We also used a shorter wavelength emission band compared to previous studies, 778 nm to 810 nm versus 800 nm to 830 nm in [16,[23][24][25]. Light levels were 0.75 mW for the 2° long line scan 840 nm beacon and 0.9 mW for the 2°×2° field 757 nm AOSLO beam, whose overlapping combination, when considering the fraction of the ANSI maximum permissible exposure (MPE) of each source, represents 80% of the total MPE as defined by ANSI [28]. The 940 nm wide-field SLO was not used simultaneously with the other beams for the experiments in this paper. For the AOSLO channel, our power level is at only 50% of the MPE, though this lies within the range of the levels shown by Masella to cause NIRAF reduction in primate [29]. 

Image processing and analysis

Each individual frame captured in the fluorescence channel resembles dark noise, i.e. sparse pixels that appear as white on a black background. Several hundred frames must be averaged to reveal the final image, requiring co-registration of the weak AF signal with the simultaneous, coincident, clear image of the photoreceptors acquired in the confocal channel. We used a strip-based registration algorithm described previously [26] to perform the coregistration, after Gray et al. [30]. Some image analyses, including discrete Fourier transforms, were computed in ImageJ (NIH, Bethesda, MD, USA). Average cell profiles were computed using custom scripts in MATLAB (The MathWorks, Inc., Natick, MA), utilizing elements of the Image Processing Toolbox. Cone positions were semi-automatically determined using previously described methods [31] and average cell profiles were computed by taking the center of each cone position as the center of a new sub-image. All sub-images fully contained within the image were then averaged to generate the average cell profiles.

Subjects

The research was carried out according to the Declaration of Helsinki and approved by our local ethics committee (CPP Ile de France 5 #16145). Informed consent was obtained for each volunteer. We imaged 4 volunteers considered healthy by routine fundus imaging on multiple occasions (subject #1: 25 year old female, subject #2: 24 year old male, subject #3: 38 year old female, subject #4: 53 year old male,), and 3 patients, all with natural lenses: a 58 year old male with drusen in an otherwise normal retina, a 31 year old male with radiation retinopathy, and an 80 year old female with non neovascular or "dry" AMD with geographic atrophy.

Results

Imaging in healthy volunteers

The characteristic appearance of the RPE cell mosaic in fluorescence AOSLO, with cells appearing with a hypo-AF center and hyper-AF surround, was revealed with robust signal strength in most locations imaged in normal eyes (Fig. 2). We imaged the RPE mosaic in contiguous overlapping fields in 4 normal subjects from the fovea out to an eccentricity of 10° temporal (Fig. 3). We were able at all locations in young subjects #1 and #2 to obtain clear images of the RPE mosaic, though at lower contrast in subject #2 at the periphery. On older subjects #3 and #4, the RPE mosaic was generally not as highly contrasted as in the younger eyes. In subjects #1 and #3, we obtained a superposition of the RPE mosaic with a mosaic resembling the cone photoreceptors at some locations (Fig. 3,4). In these cases, the RPE mosaic was clearly visible outside the fovea but became confused with the cone mosaic between 2° and 6°. For subject #4, the RPE mosaic was clearly resolved from the fovea to 3° temporal. This was followed by a reduced NIRAF signal of low contrast in an annular region around the fovea from 3-5°, in agreement with previous findings from SWAF [24]. Interestingly, this area contained a few very bright hyper-AF cells (Fig. 3; middle row; central region). Beyond 5°, NIRAF showed diffuse fluorescence with some RPE cells appearing as the dark centered, bright contoured hexagonal mosaic seen elsewhere in normal eyes, but in other areas resembled bright hexagons with fine dark contours suggesting a different distribution of the fluorophores within the cells. After the method of Masella et al [29], NIRAF reduction was measured by imaging with commercial SD-OCT (Spectralis HRAOCT, Heidelberg Engineering GmBH, Heidelberg, Germany) in ICG acquisition mode (787 nm excitation) in subject #3 and showed approximately 8% reduction in average NIRAF signal intensity in the zones covered by AO imaging compared to those that had not been exposed, 3 weeks after AO imaging. No changes to other retinal features were seen in SLO reflectance mode with the Spectralis. This is comparable with the 4-12% NIRAF reductions seen in [29], also for exposures well below the MPE. 

Measures taken to remove cones superposed with the RPE mosaic

On noticing an appearance of cones in the NIRAF signal during our pilot testing of this setup (at some locations, on some subjects) we took measures to attempt to optically eliminate it. First, we sought to eliminate any reflectance signal from cones that may be reaching the PMT at the excitation wavelength by adding an extra bandpass filter in front of the NIRAF detector to increase the rejection rate from an initial optical density of 7 in our pilot testing up to 14 (used for all images shown here, as stated in the Methods). This addition produced no noticeable difference to the images.

To determine whether the cone signal varied with focus, through focus image stacks were acquired by adding defocus to the deformable mirror. This was tested with 1 and 0.5 Airy disk diameter detection pinholes. In all subjects, the best subjective RPE image contrast was coincident with subjective best focus on the PR layer, as the optical sectioning of our AOSLO [27] is larger than the RPE to photoreceptor distance [18], so that both are included in the same optical section. The photoreceptors appear "in focus" in the AOSLO over a considerable range due to the relatively wide optical section (with a 1 or 0.5 Airy disk diameter pinhole, we can expect around a 60µm optical section [27] at 757nm wavelength). In order to ensure best RPE focus for routine imaging, we therefore chose to image in the deepest focal plane that still showed bright photoreceptors (i.e. closest to the RPE, as opposed to closest to the ELM). For both pinhole sizes, changing focus did not remove superposed cones in those subjects and locations where they were visible. With the 0.5 Airy disk diameter pinhole, images were noisier and dimmer, with increased contrast of the superposed cones and reduced visibility of the RPE. The 1 Airy disk diameter was selected for all subsequent imaging as it provided the optimal compromise between confocality, signal level and RPE contrast.

Finally, we tested dark versus light adapted retina on subject #1 after both 10 hours (overnight) and 1 hour (prior to imaging) of dark adaptation, and on subject #2 after 1 hour (prior to imaging) dark adaptation, to see if mobility of melanin from RPE cell cytoplasm into apical processes [32] was detectable and could explain the variable appearance of the PR mosaic on the NIRAF images (since the apical processes surround cones and may therefore follow a cone mosaic structure). Dark adaptation was performed using an adherent eye patch doubled over with a dark fabric blindfold. The light adapted condition was set to be the eye's state under ambient conditions (normal daylight), without bleaching. No changes were detected between images obtained after light and dark adaptation under these conditions, though this could merit further exploration under various conditions of strict dark adaptation.

As the optical measures to remove the superposed cone signal were not successful, we also explored a computational approach. On analyzing the modal frequencies [33] (Yellott's rings [34]) present in the reflectance and NIRAF images, we could identify the frequency corresponding to the cone spacing and suppress it with a bandpass filter in the Fourier domain; this improved visibility of the RPE mosaic as shown in Fig. 4. images produces Yellott's rings in the power spectrum corresponding to the modal frequencies of the photoreceptor and RPE spacing (bottom). The NIRAF power spectrum contains peaks in two frequency bands corresponding to that of the photoreceptors (outer ring) and that of the RPE (inner ring). Applying a bandpass filter can suppress the cone signal to enhance visibility of the RPE mosaic (right). Scale bar is 100 µm.

Retinal diseases affecting the RPE

In a patient with a small drusen in an otherwise normal eye, the regular RPE mosaic was disturbed when observed with NIRAF (Fig. 5). In this area structures larger than normal RPE cells were seen with nonuniform, decreased autofluorescence across their surface. Some darker structures remained within this region but they appeared larger than the dark regions of adjacent RPE cells (which presumably correspond to the melanin-free nucleus of the cells [35]). In a patient with non-neovascular AMD, areas with presumably intact RPE cells as judged from OCT showed a coarse granulation in NIRAF, without the central hypo-AF that is seen in the RPE mosaics on young healthy subjects (Fig. 6). Minute zones of NIRAF were also detected adjacent to atrophic areas. In the fovea, NIRAF was higher contrast in AOSLO than in conventional SLO, but the normal RPE cell mosaic was not visible. A patient with diabetic retinopathy showed hyper AF in the foveal zone underlying PR damage (Fig. 7), in an otherwise normal RPE mosaic. NIRAF contrast was much was higher in the fovea, possibly due to increased transmission of light due to the absence of photoreceptor outer segments. 

Indocyanine Green (ICG)

We performed a preliminary attempt to image in a normal subject (#4) after injection of a typical dose of indocyanine green (ICG) fluorophore for angiography. Images were recorded before, immediately following, and 1 hour following, ICG injection. In contrast to the result shown in [25] at 790nm, we observed no change between these three cases, suggesting that at our wavelengths of excitation and detection, we are not sensitive to ICG, likely due to being at a shorter wavelength, too far from the excitation and emission peaks [26]. These preliminary tests should be followed with more detailed exploration.

RPE cell density

We measured RPE cell density in our subjects by measuring modal frequency [33]. For all normals combined in those where cells were visible, we measured an average of 25 cycles/degree, or 6250 cells/mm² at the fovea, and 21 cycles/degree, or 4410 cells/mm² at 10° temporal, which lie within the ranges reported in the literature [16,18,19,21,22,25,36].

Discussion

NIRAF excitation at 757 nm produced a robust signal in our emission band of 778-810 nm, permitting 30 second exposures to produce strip-registered average images with high contrast. The low sensitivity to the excitation beam allowed us to image without pupil dilation in all subjects. Though many factors influence image quality using autofluorescence techniques in AOSLO, such as excitation power and confocal pinhole size, compared to a recent report using wavelengths optimized for ICG imaging [16], shifting NIRAF in AOSLO to shorter wavelengths appears to provide similar image quality and may provide improved efficiency due to increased melanin absorption at 757 nm compared to longer wavelengths [4].

Superposed cone mosaic

It remains unclear why cone structure is sometimes superposed with the RPE in NIRAF. Interestingly, although a cone signature is not clearly visible at all locations, careful analyses of the fluorescence structure suggest that the cone mosaic modulates the contrast of the NIRAF signal even in areas where the cones are not seen (Fig. 8). Using the cone positions from the reflectance image, we averaged all of the cones visible in an 800×800 pixel image at two eccentricities in the same normal participant (subject #1): one where the cone signal was clearly visible by eye (4 degrees; n = 6,142 cells) and another where it was not (10 degrees; n = 2,804 cells). This produced an average cone intensity profile for each image (Fig. 8e &8g). When we applied this same procedure to the NIRAF images, again using the positions of the cones from the reflectance image, we also were able to identify a cone signature in each image (Fig. 8f & 8h), despite the fact that it is not visible by eye at the 10-degree eccentricity.

Figure 8. Average image intensity at cone locations demonstrates that a cone signature persists in the images even when it is not visible by eye. Cone positions in the reflectance images at 4 degrees (a) and 10 degrees (c) were used to compute average cone intensity profiles across a 30 x 30 µm area centered on each cone (e,g). When applied to the corresponding NIRAF images (b, d), signatures of the cones were also visible (f, h). Radial averages of the images shown in (e & f and g & h) are plotted in i and j, respectively (red lines are from the reflectance images and blue dashed lines are from the NIRAF images). These plots demonstrate that the cone signature is nearly identical in both images at 4 degrees but that the NIRAF signature is narrower than the cone intensity profile from the reflectance image at 10 degrees. Control images generated by using the transposed cone positions showed no cellular signatures in any image (k-n).

Radial averages were computed for each image and are compared for the two eccentricities in Fig. 8i,j. At four degrees, the radial averages are nearly identical (Fig. 8i). Not surprisingly, discordance between the radial average of the intensity profile of the two images was observed at 10 degrees (Fig. 8j). The first peak likely arises from cones situated on the margin of RPE cells in the image and may be narrowed somewhat compared to the cone profile from the reflectance image due to the topography of the cones, since at this eccentricity there are 2 or 3 cones across each RPE cell. Interestingly, the second peak in the radial average for the NIRAF image closely corresponds to the radius of the RPE cells, suggesting that many of the cones are centered on an RPE cell. This spatial arrangement would have the tendency to bring down the difference between the amplitude of the first and second peaks in the normalized radial average, which is what was observed. Control images generated by transposing the cone positions showed no cone structure in any of the images (Fig. 8k-n).

The superposed cone mosaic phenomenon is probably related to the waveguiding properties of cones. Cones could modulate the fluorescence signal in two ways, when considering the effects of waveguiding on both the ingoing excitation light and the outgoing fluorescence. As the excitation light is waveguided by the cones to the photopigment discs in the tips of the outer segments, photons that are not absorbed by photopigment will emerge from the tips of the outer segments and be absorbed or scattered by the melanin granules in the RPE. This funneling of light by the cones may cause relatively more fluorescence excitation to occur at those positions beneath the tips of the outer segments of cones than at positions between the outer segment tips, causing an imprint of the cones to be visible in the RPE mosaic. It is also possible that the autofluorescence could be waveguided back through the cones. Though waveguiding in the backward direction appears unlikely for SWAF from lipofuscin [37], and indeed no Yellott's ring at the spatial frequency of the photorecepetors appears in SWAF RPE images, it is possible that NIRAF could be more strongly coupled back into the cones and thus waveguided back out of the eye. It has been assumed that the light guided back out of the eye from the photoreceptors arises from scattering of light by melanin granules in the apical processes of the RPE cells close to the tips of the outer segments [38][39][40]. Thus, it would not be surprising if the light emerging from these granules from NIRAF might be coupled back into the cones in a similar way. We are pursuing future experiments that could provide further evidence to support this hypothesis.

A second possibility which was briefly explored in our study was the movement of the melanin pigment in light versus dark adapted conditions, which has previously been shown in amphibian [32], though not in mammals. If the pigment migrates from the base of the RPE cell cytoplasm into apical processes that surround cones on light stimulation, then the fluorescing structures might follow a cone pattern. We did not observe differences between light and dark adapted eyes within the limits of our capacity to provide effective dark adaptation and the limited number of subjects in this first exploratory study. This could benefit from more careful investigations in a future study.

Another possible explanation could be that there is an NIRAF signal coming from the cones themselves at 757 nm. NIRAF signal has up till now been presumed to be generated by melanin, but there may be other fluorophores active at this excitation wavelength, in the RPE but also in other retinal layers including, for example, choroidal melanin or a weak lipofuscin contribution, though these would not be expected to have a cone appearance. This possibility cannot be ruled out at this point but it seems unlikely.

Finally, it is possible that light fluorescing from the RPE/choroid might be acting as an illumination source for imaging the cones in transmission. This could potentially provide a low angle illumination source somewhat analogous to what is seen when the retina is illuminated with an annular illumination in some forms of 'dark field' imaging. In fact, a superposed cone mosaic is often seen when the RPE is imaged using dark field techniques [17]. However, this phenomenon may not be distinct from the effects of cone waveguiding on the outgoing light, as cone waveguiding may modulate the light emerging from the RPE no matter the source.

Imaging the RPE mosaic with NIRAF in diseased eyes

We observed that a variety of conditions may alter the visualization of the RPE mosaic with NIRAF in AOSLO, either increasing or decreasing cell contrast or blurring the RPE mosaic altogether. In patient 1, which showed a very small drusen, the appearance of the RPE mosaic was locally disrupted but surrounding RPE cells appeared normal. This is similar to what was observed by Rossi et al. [22] and highlights the capability of NIRAF for revealing subtle abnormalities in the appearance of the RPE mosaic. These findings may suggest that drusen may develop in an otherwise normal RPE mosaic, or conversely that the presence of drusen may distort the view of the RPE beneath. In either case, a local disruption of the RPE mosaic appearance may be an early indicator of the development of a drusen, which may hence be considered as a biomarker of interest for investigations on retinal aging.

In patient 2 who had late-stage non-neovascular AMD, NIRAF structure could be detected over areas with severely damaged RPE as seen in the OCT and SLO views with higher contrast than by NIRAF in conventional SLO, however, no mosaic could be clearly evidenced. Instead, a diffuse hyper AF was present. This may be related to the superimposition of RPE cells [41]. However, a similar appearance was seen in peripheral zones in our oldest healthy subject (#4, fig 3 zoom at 10° temporal), so this may perhaps reflect an age-related aspect of fluorophore distribution [9] rather than an indication of retinal pathology. Future work is needed to better characterize and distinguish the changes that occur from normal aging from those that occur on the pathway to age related diseases such as AMD.

We failed to detect NIRAF signals corresponding to the hyporeflective clumps (HRCs) [42,43], presumed to contain melanin, that are widely detected and highly visible in AMD patients and other retinal disease with flood-illumination fundus camera AO. Though image contrast was low in NIRAF, we did not observe HRCs co-localized with hyper-AF in the nonneovascular AMD patient we examined here using both imaging modalities (data not shown). However, it is possible that the HRCs include aggregates of material including both melanin and lipofuscin (i.e. melanolipofuscin) and that we may see heterogeneity in the fluorescence spectra of such aggregates. Future studies should be directed to more carefully investigate this in a systematic manner. In patient 3, the absence of outer segments in the fovea was likely the cause of the improved visibility of the RPE mosaic. This may provide additional evidence supporting the contention that NIRAF is modulated by the overlying cones, however, it cannot be excluded that changes within RPE cells secondary to the absence of outer segments caused the increased NIRAF signal.

Conclusions

This small-scale pilot study demonstrates the feasibility for shifting the spectrum for NIRAF to shorter wavelength bands. It is likely that due to the overlapping spectra of lipofuscin and melanin that the RPE is broadly excitable across the visible and NIR and future efforts should be made to continue to optimize the spectra for cellular level imaging of the RPE. Considering the NIRAF reduction we observed, similar to previous reports [29], future studies are needed to better understand this phenomenon. NIRAF in AOSLO can help to elucidate the cellular level origin of RPE alterations. As new therapies for diseases affecting the RPE, such as AMD, look towards repairing or replacing RPE cells, NIRAF in AOSLO offers promise for evaluating the efficacy of such treatments at the level of single cells.

Comparing two complementary imaging techniques of retinal pigment epithelium

The RPE usually shows a low contrast in most in-vivo en-face imaging techniques that have achieved its visualization. Additionally, even when imaged, its signal is often mixed with other structures. One example is the previously described autofluorescence technique where overlaid to the RPE mosaic was another mosaic strongly resembling the photoreceptors. Another example is the images acquired with AO-FIO dark-field imaging. Indeed, although the characteristics of the large cell mosaic lead us to think that we are observing RPE, an uncertainty lies on the result as only one test was achieved on one subject. For these reasons, being able to visualize this retinal structure with various modalities can help remove some uncertainties about the origin of the signal, if it is the RPE that we are imaging, or simply double the information about its structure and optical properties.

In the previous sections of this Chapter we have shown two imaging techniques at our disposal used to visualize the RPE cells to a level allowing the extraction of clinical biomarkers such as density. However, after the exploitation of images from both modalities we have noticed the difference in aspect. In this section we adopt the interpretation that this mosaic in our dark-field images are RPE cells and pursue the analysis by comparing them the autofluorescence images. The first observation we have made when comparing RPE cells from dark-field (Fig. 11.2(A)) and autofluorescence (Fig. 11.2(B)) images is the inversion in brightness that seems to exist between the cells in the average images from each modality. The cells display a more standard structure in autofluorescence images, with a dark nucleus surrounded by a bright body. On the contrary, retinal pigment cells in dark-field imaging with our system are bright at their center, or nucleus, which is surrounded by a dark body. In order to assess if the contrast was really inverted we have computed the inverse of the dark-field image Fig. 11.2(A) and presented side by side in (B). This inverted image shows cells with shapes and contrast that look more like we were expecting from results obtained in previous studies as well as like the autofluorescence image (C), meaning the nucleus of the cells appears dark while the surrounding body is bright. The size of those nuclei seems to be about the same for both modalities. Density and spacing for both modalities are presented in Tab. 11.2 here below. Dimensions computed with both modalities fall in the ranges characteristic for the RPE cells [START_REF] Shagun | Analysis of RPE morphometry in human eyes[END_REF]. The small difference between the dimensions from the two modalities can be explained by a difference between the eccentricities where each image was taken or the age of subjects. Indeed, the closer to the center of the fovea, the higher the density of the RPE and in older subject the cells seem to be larger for the same regions [START_REF] Shagun | Analysis of RPE morphometry in human eyes[END_REF]. These results have been carried out on two different subjects at different eccentricities. The aim was to show that we obtain mosaics looking alike and that in both techniques biomarkers evaluating spacing and density could be compared as well as the aspect of the cells. The next step is to acquire images with both technique in the same conditions, subject and eccentricity.

Dark

Conclusion: Towards functional imaging

In this Chapter we have only addressed a structural imaging of the RPE unlike previous Chs. 9 and 10 which have explored the prospective functional imaging for neurons and vessels. The RPE, contrary to photoreceptors and vessels, are more difficult to visualize. Therefore the first step before achieving functional analysis, which often implies the quantification of variations of the structure, is to achieve structural imaging. The images acquired with the AO-FIO using dark-field imaging on a healthy subject led to a mosaic whose characteristics suggest we might be imaging RPE. Even with a relatively low contrast, we have been able to characterize the mosaic by the computation of structural biomarkers such as spacing or density implying that our system can be used as a clinical tool to evaluate the good condition of the structure. A complementary imaging system for the RPE has been developed in the same hospital allowing the comparison between the two modalities and enabling a prospective mutual validation of the results.

Future work must be oriented to improve AO-FIO dark-field contrast by increasing its signal to noise ratio and explore the potential functional imaging of the instrument. Similarly, function imaging of the RPE can be contemplated with the NIR autofluorescence using AO-SLO. Indeed, further investigation on the link between melanin characteristics, like for instance its distribution, and the RPE functions should be carried out in order to explore potential functional biomarkers.

Conclusion and Perspectives Conclusion

Visualizing the functions of retinal structures in addition to their morphology would lead to a better understanding of the physiological mechanisms carried out by retinal cells as well as helping obtain an earlier diagnosis. This functional analysis implies the extraction of functional biomarkers, which can only be achieved by imaging systems with cellular resolution in-vivo. Some research teams have addressed this challenge using Adaptive Optics Scanning Laser Ophthalmoscopy (AO-SLO) because of its outstanding resolution and contrast. However the performance of this system is limited by distortion and pixel rate leading to an uncertainty in the physiological topometry and restricted temporal resolution.

My thesis focused on the development of imaging modalities inspired from the microscopy field on an Adaptive Optics Flood Illumination Ophthalmoscope (AO-FIO) setup improving the image quality, and particularly the contrast, of retinal images. The AO-FIO is a wide field system capable of high speed acquisitions and free from distortion, which combined with the enhancement of contrast provided by these implementations can achieve functional imaging of the retina. As a first step I have contributed to the optimization of an AO-FIO by improving its robustness, ergonomics and image pre-processing. Then through the exploitation of the optimized system I derived two illumination geometries leading to the translation of microscopyinspired modalities such as oblique back-illumination and structured illumination microscopy.

In a second phase, using these two illumination modulations I have implemented three imaging modalities which have improved the retinal image quality obtained with our AO-FIO. First, I have developed dark-field imaging in the AO-FIO system which led to the enhancement in contrast of hyporeflective structures previously invisible. In particular, I achieved the first visualization of, what appears to be, retinal pigment epithelium in AO-FIO on a healthy subject. Second, I implemented an instrument achieving pseudoconfocality in a wide field configuration, which benefits from the enhancement in contrast and optical sectioning due to the filtering of out of focus light comparable to the one obtained with the confocal pinhole but without the limitations of the scanning raster. Finally, the modulation of the illumination at the pupil plane led me to the development of an instrument allowing the variation of the illumination beam incidence and its use for two different applications, differential phase imaging and measurement of photoreceptor orientation, each requiring the implementation of specific image processing.

Then, I demonstrated the clinical applications of the implemented instruments by extracting structural biomarkers from various retinal structures, such as density in the case of neurons or wall to lumen ratio in the case of the vascular network, as well as functional biomarkers. Indeed, I proved that in addition to deriving the photoreceptors orientation, perfusion could also be evaluated thanks to our modified AO-FIO. To achieve such functional analysis I contributed in the development and optimization of a specific image processing that led to the generation of perfusion maps as well as the measurement of capillaries speed, and therefore the characterization of the blood flow or perfusion function.

Finally, I participated in a study developing near infrared autofluorescence imaging of the retinal pigment epithelium at an new wavelength (757nm) with AO-SLO whose images I compared the pigment epithelium mosaic obtained with the dark-field imaging in our AO-FIO system. I showed complementary imaging techniques and thus the benefit of making new imaging techniques available to the ophthalmologic community.

Perspectives

The results obtained during the three years of this work encourage us to further develop and exploit the modified AO-FIO system. In particular, the proof of concept of the three microscopy inspired modalities leading to dark-field, pseudo-confocal and phase imaging as well as the retinal goniometer incite us to continue optimizing these instruments in order to provide clinically useful imaging techniques. First, the acquisition of a more powerful light source as well as a new camera would lead to an increase in signal to noise ratio improving the image contrast for all modalities and to higher temporal resolution enabling the detection of faster physiological variations respectively. Second, the modalities ensuing from the modulation at a focal plane suffer from the technological restrictions,the high frequency noise as well as the diffraction effect of the spatial light modulator used to manipulate the illumination, and therefore future work should be oriented towards improving the set-up in order to obtain both dark-field and pseudo-confocal imaging in the whole AO-FIO field of view and in real-time imaging.

The retinal goniometer which with specific image processing could also be used to achieve phase imaging requires for both applications a pupil stabilization which would allow an accurate control of the illumination pupil position and thus of its angle of incidence. With this optimization of the instrument, the computation of the photoreceptors orientation could be achieved by developing the algorithm extracting the maximum intensity per photoreceptor from all the images obtain with various illumination incidences. Similarly, only a few tests have been done on a human retina in vivo for phase imaging. Further investigation of the angle and the appropriate image processing to obtain the best contrast should be conducted.

Finally, the last part of this thesis tackled the clinical applications that these implementations have given access to on the AO-FIO system, particularly showing the developed tools enabling functional imaging of photoreceptors orientation and retinal perfusion. This functional analysis opens new perspectives such as the study of neuro-vascular coupling. Since our imaging wavelength is in the near-infrared we can combine it with a visible stimulus and detect the vascular reaction and characterize the blood flow thanks to the previously described implementations. and therefore:

E sour ce ≤ M E A R(λ)
For WFS and IMA sources we have respectively R(λ W F S )=0.83 and R(λ I M A )=0.52. The maximum power allowed for each source is computed separately:

We name E l i m x the maximum irradiance in a given medium x (with x=cc at the eye lens and cornea and x=ret at the retina) and E x the irradiance we send. We are looking for E x ≤ E l i m

x .

Yet, E x =P x /S x , P x and S x being the power we send in the medium x and the surface of the beam reaching the medium x, respectively. Therefore we have P x ≤ E l i m x S x , which leads to P M AX =E l i m x S x . We summarize in the following table the numerical application of the maximum surfaces and powers. We added the maximum irradiance allowed at the cornea and eye lens plane and the retina plane, for both illumination sources considered separately and depending on the group. The abbreviations Gr1 and Gr2 correspond to Group 1 and Group 2 respectively. Our aim is to verify the ocular safety norms for Group 1. According to the ISO norms, in the case of two illumination sources, the maximum power is defined by: At the cornea plane: P W F S 1760µW + P I M A 1760µW ≤ 1 =⇒ P I M A ≤ 1760µW -P W F S At the retina plane: P W F S 6µW + P I M A 8340µW ≤ 1 =⇒ P I M A ≤ 8340µW -1390P W F S

The maximum power allowed to be sent in the PARIS AO-FIO given these two criteria are: P W F S ≤ 4.75µW

P I M A ≤ 1750µW
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 11 FIGURE 1.1: Two schematic layouts of the structure and optics of the eye. (A) Horizontal cross-section of the right eye as seen from above [33]. Simplified model of the eye presenting a single refractive index of 1.33.
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 12 FIGURE 1.2: (A) Schematic drawing showing the six extraocular muscles in each eye responsible for the ocular motion [Credits:http://www. speedyeyes.com/learn-eye-movement-training/]. (B) Diagram of the typical displacements of the optical image on the retina due to involuntary eye movements of the eye (tremors, drifts and saccades) while fixing a stationary object for approximately a 10 seconds period. The large black circle represents 10 minutes of arc in diameter and the small green circle represents the size of a single cone. [36]
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 13 FIGURE 1.3: The top row shows the point spread function of an eye with no aberrations. As the pupil size increases the Pupil Spread Function (PSF) decreases in size, offering the potential for higher resolution. The lower row shows the point spread functions for an eye with typical aberrations.In this case aberrations, particularly for the larger pupil sizes, blur the PSF.[37] 
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 1 FIGURE 1.4: (A) The first 21 Zernike polynomials, ordered vertically by radial degree and horizontally by azimuthal degree
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 15 FIGURE 1.5: (A) Schematic drawing showing a cross-section of an eyeball in a top view. (B) Schematic layout showing a cross-sectional view of the retinal and choroidal layers.[43]
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 16 FIGURE 1.6: (A) Schematic illustration of a cone (left) and a rod (right)showing the three main sections: 1) the outer nuclear layer,containing the nuclei 2) the inner segment and 3) the outer segment that contains photosensitive pigment.[START_REF] Schwiegerling | Field guide to visual and ophthalmic optics[END_REF] (B) Density of rod and cone photoreceptors across the human retina as a function of eccentricity (in degrees of visual angle relative to the position of the fovea) for the left eye. Cones are concentrated in the fovea while rods are absent from the foveal region and reach their highest density 10 to 20 degrees peripheral to the fovea. No photoreceptors are present in the blindspot.[START_REF] Wandell | Foundations of vision[END_REF] 
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 17 FIGURE 1.7: (A) Middle bottom panel: Color fundus photograph. Left panels: En-face PR-OCTA, which are arrayed from the most superficial on top to the deepest at the bottom. Right panels: En-face PR-OCTA slabs. Middle top panel: Cross-sectional PR-OCT. Center panel: Cartoon depicting the anatomical relationships between arterial and venous systems in the three vascular plexuses and the interconnecting layers.[50]. (B) Proposed 2D model of the retinal microcirculation in the pig retina close to the optic disc [51]. RPCs: Radial peripapillary capillaries, SVP: Superficial Vascular Plexus, IVP: Intermediate Vascular Plexus, DVP: Deep Vascular Plexus.
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 21 FIGURE 2.1: Schematic drawing describing the Adaptive Optics (AO) principle[Credits: http://www.opt.indiana.edu/people/faculty/ burns/CenterForOphthalmicImaging/AOSLO.html].
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 22 FIGURE 2.2: Schematic drawing illustrating the off-set (or dark-field) technique in a AO-SLO system as it depicts the effect of offsetting the confocal pinhole on the visibility of the capillaries. (A) shows a centered aperture. The specular reflection from the retinal nerve fiber layer (RNFL) (heavy arrows) decreases the contrast of the capillary. (B) The pinhole is laterally shifted leading to offset imaging. Specular reflection from the RNFL is blocked by the offset aperture, allowing more multiple scattered light (dashed arrows) to return back to the detector [9].
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 23 FIGURE 2.3: Schematic drawing illustrating the split-detector technique. (A) AO-SLO schematic with an annular reflective mirror separating the confocal from the multiple-scattered light. Multiply scattered photons are equally split between two light detectors. Detector 1 captures the confocal signal. Detectors 2 and 3 respectively capture each divided multiply scattered beam. The split-detector signal results from the subtraction of the two multiply scattered intensities divided by their sum at every pixel. (B) Typical split-detector image of the photoreceptor inner segment mosaic. (C) Simultaneously recorded confocal image showing cones with varying reflectivity surrounded by rods. Scale bar is 25 µm. (D) Photoreceptor schematic shows the likely origin of the light back reflections [14].
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 31 FIGURE 3.1: Two consecutive frames from an image sequence of peripheral retina acquired with AO SLO showing a deformation due to distortion artifact. The yellow arrowhead indicate the vessel distorted in A with respect to the normal position shown in B. A yellow box has been zoomed to appreciate the deformation on photoreceptors, more elongated in A while showing their typical round shape in B.
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 2 Fig. 2. Chronogram of the adaptive optics loop. Two frames (i.e., wavefront sensor camera exposure time) separate a wavefront sensor exposure and the corresponding deformable mirror (DM) state (2frame delay loop).WFS, WFS camera exposure; Read, WFS camera read out; C, actuator voltages computation.
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 3 Fig. 3. General flow diagram of retinal image processing.
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 4 Fig. 4. Point spread function in closed loop on the calibration source (λ 860 nm). The color scale is logarithmic so as to reveal the ripples.

Fig. 5 .

 5 Fig. 5. Rejection transfer function. Black: experimental rejection. Red: theoretical rejection with a two-frame delay loop.
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 6 Fig. 6. Image of the wavefront sensor laser beacon at subject EG's fovea (a) without adaptive optics correction and (b) with adaptive optics correction (in addition to the sharp dot corresponding to the laser beacon, some multiply-scattered light is present). Scale bar is 50 μm.

Fig. 7 .

 7 Fig. 7. Average image from a video sequence of the large illumination beam on a phantom eye. (Left) without AO correction. (Right) with AO correction. Scale bar is 50 μm.

  ) and 9(d)] and capillaries [see yellow arrowheads in Fig. 9(c)]-to large vessel structures-arterioveinous crossings or bifurcations [see Figs. 9(a) and 9(b)]. The retinal nerve fiber layer is highly contrasted [see Figs. 9(b) and 9(d)]

Fig. 8 .

 8 Fig. 8. Cone photoreceptor mosaic at 4°temporal (subject EG). (a) Raw image and (b) its power spectral density (PSD) with a 10 Hz AO-loop correction. (c) Corresponding 160 images average, after (d) registration and correction of uneven background illumination and associated PSD. (e), (f ) same as (c), (d), but with a 50 Hz AO-loop correction. (g), (h) Image and associated PSD obtained after deconvolution of image (e). Photoreceptor images are represented in linear scale and PSD images represented in logarithm scale. Scale bar is 50 μm. (i) Radial average of the log10-power spectrum densities.
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 9 Fig. 9. (a) Average image of a bifurcated artery crossing a vein. (b) Average image of vessels crossing embedded in the retinal nerve fiber layer. One of the vessels is above the fiber layer (yellow arrowheads); the other one (red arrowhead) is below the fiber layer. (c) Average image of capillaries (yellow arrowheads) irrigating the retina. (d) Average image of retinal vessels, an 80 μm retinal artery. Red arrowheads indicate vessel wall (thickness around 10 μm). Scale bar is 50 μm.

Fig. 10 .

 10 Fig. 10. Average image of a large curved vessel. In the video sequence (see Visualization 1), the vessel is deformed following cardiac pulses. Scale bar is 50 μm.

Fig. 11 .

 11 Fig. 11. Processed image of the lamina cribrosa (a) before and (b) after uneven illumination correction. Red arrowheads indicate a vessel inside the lamina cribrosa (blood flow is visible in the corresponding sequence, see Visualization 2). Yellow arrowhead points out fibrous branches from deeper layers of the lamina cribrosa. Scale bar is 50 μm.
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 51 FIGURE 5.1: An Oblique Back-illumination Microscopy (OBM) setup with a contact-mode endomicroscope probe. (a) Illumination from two LEDs is sequentially projected into a thick sample by diametrically opposed optical fibers attached to the probe housing. Multiple scattering in the sample redirects the light so that it trans-illuminates the focal plane of the probe micro-objective (magenta dashed line). An image from the focal plane is then relayed by a flexible fiber bundle and projected onto a digital camera. (b) Close-up of the probe distal end, onto which is superposed a density map obtained by Monte Carlo simulation of the light energy in the sample that was injected by a single fiber (from left) and collected by the microobjective (Online Methods). Note the obliqueness of the light distribution through the focal plane. (c) Oblique trans-illumination is partially blocked by the micro-objective back aperture. Index of refraction variations at the focal plane refract the light causing changes in the image intensity that are proportional to the slope of the variations, thus leading to phase gradient contrast. [Credits:Ford et al.[78]]
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 52 FIGURE 5.2: (A)Imaging set-up from[START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF] describing oblique illumination differential phase contrast. LED array microscope with a programmable source sufficiently far from the sample to be in Fourier space. P(u") is the pupil function with u" the coordinates at the pupil plane (Fourier space). S(u') is the illumination distribution function, with u' the coordinates at the source plane. (B) Schematic drawing of the retina translating of the model from[START_REF] Tian | Quantitative differential phase contrast imaging in an LED array microscope[END_REF] to our optical set-up. P(v) and S(v) are the pupil function and illumination distribution function, with v the coordinates at the eye pupil plane.
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 53 FIGURE 5.3: Visualization of the Fourier transform of a structured illumination image [88].
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 54 FIGURE 5.4: Schematic drawings of two manipulations (or modulations) of the illumination of the retina. (A) Modulation of the illumination at the focal plane of the eye, i.e. the retina or sample plane. The modulation consists in changing the shape of the illumination at the focal plane, in the schematic drawing an example of illumination shape is presented where the field of view on the photoreceptors is partially illuminated by the nearinfrared light. (B) Modulation of the illumination at the pupil plane of the eye, i.e. the eye lens or eye pupil. The modulation consists in shifting the illumination beam size and position at the pupil plane, which leads to different incidences onto the retina.
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 55 FIGURE 5.5: Schematic layouts of two optical manipulations on the AO-FIO system allowing the illumination modulation at the focal and pupil planes described in Fig.5.4. (A) corresponds to the focal plane modulation, meaning the projection of patterns on the retina. An SLM is placed at the focal plane conjugated to the retina. This SLM is an array of micromirrors that can take ON positions, reflecting the light towards the retina and OFF positions, discarding the rest of the photons out of the optical system. The illumination pattern is then formed at the SLM plane and is then projected by the whole optical system (including the lens of the eye) onto the retina. (B) corresponds to the pupil plane modulation, meaning the shift of the illumination beam at the eye pupil leading to varying incidence on the retina. The shift at the pupil plane is achieved by introducing an aperture stop at a pupil plane, which reduces the size of the beam, before a tip-tilt mirror placed at the next focal plane. The mirror is depicted in green at the first position and orange after a rotation of an angle Θ. The rotation leads to a variation in the angle of incidence of the illumination (the two different incident beams are depicted in green and orange in association with their respective mirror positions).
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 56 FIGURE 5.6: (A) Schematic layout of the PARIS AO-FIO system with the new illumination path. (B) Zoom of the new illumination path.{A1, A2, A3} three optical axis of the illumination subsystem. {D14 -D18} Optic lens of different focal distances: f 18 = 20mm, f 17 = 50mm, f 16 = 75mm, f 15 = 75mm, f 14 = 50mm.

FIGURE 5 . 7 :

 57 FIGURE 5.7: (A) Schematic drawing of the SLM selected to project pattern in the retina:a Digital Micromirror Device. A zoom shows a few of the micro-mirrors from the SLM array. These diamond-shaped mirrors can be set into two position, as shown in the bottom of the layout, corresponding to OFF state and ON state. The mirror stay in a Flat state when not powered.[Credits: http://www.ti.com/lit/ds/symlink/dlp4500.pdf(B) Picture of the SLM in our experimental set-up. A checkered board appears in the mirrors array where dark regions correspond to OFF states and bright regions to mirror in ON state.

FIGURE 5 . 8 :

 58 FIGURE 5.8: Picture of the piezo-electric tip-tilt mirror selected

FIGURE 5 .

 5 FIGURE 5.9: (A) Raw image of retinal vessels acquired with the new illumination path using a stripes pattern for structured illumination imaging. (B) Fourier Transform of the raw image showing the frequency signature of the pattern in the form of two peaks (red circles).

Figure 5 .

 5 Figure 5.9 (B) shows the Fourier transform of the average image (A) of the object illuminated with a sinusoidal pattern. In this Fourier transform we can see the two peaks identified with the red circles which are the spectral signature of the fringes pattern. Therefore the new illumination path achieve the desired structuration of the illumination necssary for the development of this technique.

FIGURE 6 .

 6 FIGURE 6.1: (A) Average image of a peripheral retinal vessel lying on the nerve fiber layer. (B) Average image of an artery above the lamina cribrosa. Scale bars are 50µm.

Fig. 1 :

 1 Fig. 1: Schematic drawing of the AOFIO. D marks the field diaphragm plane used in the first Dark Field set-up. Shadowed in green is the new illumination path including a projector (DMD) a plane conjugated with the retina enabling to image different pattern shapes to generate dark fields.

Fig. 2 :

 2 Fig. 2: (A) Average image of a vessel bifurcation obtained from an image sequence acquired in standard bright-field configuration using the old illumination path of the AO-FIO. (A1,A2) Zooms of two regions of (A) with bright-field and dark-field contrast respectively. Scale bars are 50 µm.

Fig. 3 :

 3 Fig. 3: (A) Schematic drawing of the square field stop used. White areas corresponding to the illumination region of the field of view and black to the dark fields. (B) Average image of retinal vasculature obtained with the square field stop shown in (A). Red arrowhead shows the confluence between a vein and a venule. Scale bar is 50 µm.

Fig. 5 :

 5 Fig. 5: Average image of an image sequence acquired near the foveal region using a striped pattern illumination. A zoom (red rectangle in dashed line) showing a zoom of both dark and bright fields. Yellow boxes show the areas where the density of this large cell mosaic have been computed. (B) Zoom from (A) (highlighted in a red dashed line) showing on the right photoreceptor cells and on the left cells in a mosaic larger than the photoreceptor mosaic and having a spacing and size corresponding to Retinal Pigmented Epithelium (RPE) cells in this region of the retina. Scale bars are 50 µm.

Fig. 6 :

 6 Fig. 6: (A1,A2,A3) Schematic drawings inspired from Ford et al. [10] of oblique trans-illumination of a vessel where the scattered light is partially blocked by the system aperture (the image of this aperture is drawn in black on the eye pupil). The variations of the index of refraction at different points of the focal plane (here the vessel) lead to different angles of refraction, which generates intensity changes at the image plane related to the phase of the sample. (A1,A2) show the refraction of the light reaching the sides of the vessel where the index of refraction leads to refracted angles allowing more light through the system aperture. (A2) shows the light reaching the center of the vessel where the refraction angle is lower and a higher amount of the refracted light is filtered out by the system pupil. (B) Schematic drawing of the cross-section of the retina where the field of view is partially illuminated. Light is multiply scattered by the RPE leading to oblique illumination of the closest vessel. (C) Cropped area of Fig.3 in dark-field illumination, it illustrates the effect explained in (A1,A2,A3) where the borders of the vessels are brighter than the center. This phase-like contrast typical in AO-SLO dark-field enables the visualization of the vessel walls and lumen.

FIGURE 7 . 1 :

 71 FIGURE 7.1: Schematic illustration of the principle of the line scanning (top), the parallel line scanning (middle) and our pseudo-confocal instrument (bottom). [Credit: Serge Meimon [95]]

FIGURE 7 . 2 :

 72 FIGURE 7.2: Two average (10 frames) images from a raw image sequence obtained with AO FIO, with (A) acquired with a standard flood illumination and (B) with a checkerboard pattern illumination. The contrast is enhanced in (B) where we do not see the out of focus spots visible in (A). Scale bars are 50 µm.

FIGURE 7 . 3 :

 73 FIGURE 7.3: Fourier transforms of averaged raw images (10 frames) presented in Fig.7.2. (A) corresponding to standard illumination and (B) corresponding to the pseudo-confocal illumination. Both (A,B) show Yellot's rings at photoreceptors spatial frequencies, with (A) a slightly less contrasted Yellot's ring than (B). The bright crosses in (A,B) are due to fixed pattern noise. (C) Plots of the power spectrum from both (A) in red and (B) in blue. A dashed line show the spatial frequency of the photoreceptors.The blue line corresponding to the pseudo-confocal image shows another peak corresponding to the frequency of the checkerboard pattern. We notice that the pseudo-confocal displays a higher peak at the photoreceptors frequency than the standard illumination profile.

FIGURE 7 . 4 :

 74 FIGURE 7.4: Two average (∼700 frames) images from processed image sequences obtained with AO FIO, with (A) acquired with a standard flood illumination and (B) with a checkerboard pattern illumination. Scale bars are 50 µm.

FIGURE 7 . 5 :

 75 FIGURE 7.5: Fourier analysis of average images (700 frames) from Fig.7.4. (A,B) correspond to the Fourier Transforms and show both a Yellot's ring at photoreceptors spatial frequency. (A) Fourier Transform of the average image acquired with standard illumination, which shows a slight less contrasted Yellot's ring than (B) corresponding to the pseudo-confocal average image Fourier Transform. (C) Plots of the power spectrum from both (A) in red and (B) in blue. A dashed line shows the spatial frequency of the photoreceptors. The blue line corresponding to the pseudo-confocal image shows another peak corresponding to the frequency of the checkerboard pattern. We notice that the pseudo-confocal display a higher peak at the photoreceptors frequency than the standard illumination profile.

FIGURE 8 . 1 :

 81 FIGURE 8.1: Optical layout of the system including the new illumination path where the retinal goniometer was implemented.

1 :

 1 Set of voltages sent to the tip-tilt mirror controller in order to shift the illumination to the four positions described in Fig.8.2 B.

FIGURE 8 . 2 :

 82 FIGURE 8.2: Schematic drawing showing the positions of the illumination beam pupil at the eye pupil plane and the dimensions set. s is diameter of the image of the aperture stop P G at the eye pupil plane and has been set to two values: 2mm and 2.5mm. p is the diameter of the eye pupil, which is approximately 5mm. d is the distance between the center of the eye pupil and the center of the sub-aperture generated by the aperture stop shifted by the tip-tilt mirror. It is set to 1mm at the eye pupil plane.

. 4 .

 4 Figure 8.3 shows the four average images corresponding to the four positions of the pupil of the illumination beam. We notice a variation in the aspect of the paper fundus from the artificial eye. When visualizing this image sequence we notice a 3D rendering brought by change of illumination incidence. However the contribution of the background is considerable and the aspect of the fundus does not seem to vary substantially from the standard bright-field image. The two phase contrast images previously computed are presented in Fig.8.4. The first phase image corresponds to the subtraction of the average images Fig. 8.3(A) and Fig. 8.3(B) corresponding to the illumination resulting from illumination pupil position 1 and 3 respectively. The second phase image results from the same computation this time between images Fig. 8.3(C) and Fig. 8.3(D), corresponding to pupil position 2 and 4. Both resulting phase images generated thanks to Eq. 8.1 are shown in Fig. 8.4. These two images in Fig.8.4 display a shadowing that gives this classic 3D rendering typical of phase gradient images[START_REF] Ford | Phase-gradient microscopy in thick tissue with oblique back-illumination[END_REF][START_REF] Yi | Graded-field microscopy with white light[END_REF]. Additionally, the images show positive and negative phase gradient values in the form of bright and dark pixels standing out from a grey background corresponding to a zero phase gradient value. The paper being a fairly scattering material has generated a back oblique illumination that has illuminated with a given obliquity the superior layer of the paper. In image Fig.8.4(A) a small area has been zoomed in order to appreciate the granularity of this paper layer visible thanks to conversion of the phase gradient variations to intensity variations.

FIGURE 8 . 3 :

 83 FIGURE 8.3: Four average images from the image sequence acquired on the artificial eye illuminated and corresponding to the four different angles of incidence.

FIGURE 8 . 4 :

 84 FIGURE 8.4: Differential phase contrast images of the artificial eye generated using Eq. 8.1. (A) results from the subtraction between images Fig. 8.3(A) and Fig. 8.3(D) acquired with illumination angles derived from position 1 and 3 (cf.Fig. 8.2) while (B) results from subtraction of Fig. 8.3(C) to Fig. 8.3(D), acquired with illumination angles derived from position 2 and 4

Figure 8 .

 8 Figure 8.5 shows four average images (averaging 10 frames each) corresponding to each of the four angles of incidence of the illumination beam on the photoreceptor layer. A few differences can be observed between those four images of the same region.

FIGURE 8 . 5 :

 85 FIGURE 8.5: Four average images from the image sequence acquired on a healthy human subject and corresponding to the four different angles of incidence.

FIGURE 8 .

 8 FIGURE 8.6: (A) Average image generated from the sum of Fig 8.5 (A) and Fig 8.5(C). A zoom of the area marked in a yellow box is shown in the top right side of the image, where a circle in dahsed line identifies a shade from out of focus features. (B) Differential phase image computed from Fig 8.5 (A) and Fig 8.5(C) with a zoom of the same area than the zoom in (A). Red and yellow arrowheads identify a vessel on the left and branches of a vessel on the right respectively, which are invisible in the averaged image (A). Scale bars are 50µm.

  FIGURE 8.6: (A) Average image generated from the sum of Fig 8.5 (A) and Fig 8.5(C). A zoom of the area marked in a yellow box is shown in the top right side of the image, where a circle in dahsed line identifies a shade from out of focus features. (B) Differential phase image computed from Fig 8.5 (A) and Fig 8.5(C) with a zoom of the same area than the zoom in (A). Red and yellow arrowheads identify a vessel on the left and branches of a vessel on the right respectively, which are invisible in the averaged image (A). Scale bars are 50µm.

FIGURE 9 . 1 :

 91 FIGURE 9.1: Positions of the cones computed by the algorithm of Li et al on two cropped areas of the same region of interest of two average images illuminated in a standard and pseudo-confocal configuration respectively.

FIGURE 9 . 2 :

 92 FIGURE 9.2: Average image showing a vessel lying in the nerve fiber layer, which appears highly contrasted. The fiber bundles are resolved and we can derive the direction of alignment of the fibers. Scale bar is 50 µm.

FIGURE 9 . 3 :

 93 FIGURE 9.3: (A) Fourier Transform of the nerve fibers image in Fig. 9.2. (B) Binary image generated by applying a threshold to (A), which enables us to better visualize the frequency signature of the fibers regular spacing: a diagonal segment marked with a yellow segment.

FIGURE 9 .

 9 FIGURE 9.4: (A) Picture illustrating the Stiles Crawford effect of photoreceptors. Here the plants represent photoreceptors that are oriented in the direction of the illumination. The isolated sprout represents a pathological photoreceptor whose orientation is opposed to the light. (B) A schematic illustration of a photoreceptor with two illumination beams, one in the axis of its orientation and another with an angle of incidence α with respect to its orientation axis. A graph shows the acceptance flux as a function of the illumination angle of incidence. The maximum acceptance flux corresponds to the illumination beam at a 0°while the beam at α shows a reduced acceptance.

FIGURE 9 . 5 :

 95 FIGURE 9.5: Schematic drawing showing the positions of the illumination beam pupil at the eye pupil plane and the dimensions set. s is 2 mm, p is 5 mm and d is set to 1mm at the eye pupil plane.

FIGURE 9 . 6 :

 96 FIGURE 9.6: Schematic drawing showing photoreceptors alignment. The small green ellipsoids at the back of the eye represent photoreceptors at different eccentricities.The orange ellipsoid represent the photoreceptors at 0°eccentricity. The green segments going from the photoreceptors to the center of the pupil show their orientations axis. Red and blue segments represent the illumination and visual axis (see Ch. 1 for the definition of visual axis) respectively of the eye . Two configurations are represented. The upper drawing shows the visual axis of the eye confounded with the illumination axis. The lower drawing shows a rotation with respect to the upper configuration where the visual axis differs from the illumination axis. Here the illumination axis is confounded with the photoreceptors orientation axis from another eccentricity. The red arrow represents the light coming into the eye.

FIGURE 9 . 7 :

 97 FIGURE 9.7: Four averaged images from the image sequence acquired on a healthy human subject and corresponding to the four different angles of incidence.

FIGURE 9 . 8 :

 98 FIGURE 9.8: Cropped images showing the same photoreceptor mosaic illuminated through four different angles of incidence. The four incidence are represented on the left by four schematic drawings showing the illumination pupil at the eye lens. For each incidence five averages of 10 frames are displayed. In yellow is marked on each average image the acquisition time of the image sequence where the first raw image of the 10 averaged frames is captured. Averages of pupil positions 2 and 3 show higher reflectance than 1 and 4.

FIGURE 9 . 9 :

 99 FIGURE 9.9: (A) Average image generated from the sum of Fig 8.5 (A) and (D). (B) Differential phase contrast image between positions 1 and 4. (a,b) Zooms on the same area of images (A,B) respectively. Red arrowheads show two photoreceptors appearing black in the differential image, implying that the photoreceptors brightness has not vary significantly between the two positions. Scale bars are 50µm.

FIGURE 10

 10 FIGURE 10.1: (A,B,C) Average images of vessels of different calibers imaged in dark-field configuration showing how the contrast enhancement of this modality enable us to derive the lumen size of capillaries (C) and accurate WLR of retinal vessels (A,B). (A1) Zoom of vessel wall in (A), (B1) zoom of vessel wall in (B), (C1) zoom to capillaries of (C) where the lumen is visible, (C2) zoom to vessel lumen of (C).

FIGURE 10 . 2 :

 102 FIGURE 10.2: Two average images of the same peripheral retina vessels with (A) acquired in bright-field configuration and (B) with regions in dark-field configuration using the new illumination path described in Chapter5. Zooms (A1) and (B1) show the same region of interest from averages (A) and (B). Lumen and wall (yellow arrowheads) are visible in (B1) while harder to visualize in (A1).

Fig. 1 .

 1 Fig. 1. Schematic drawing of the PARIS adaptive optics flood illumination ophthalmoscope.The system can be divided into two subsystems. Wavefront (WF) Sensing & Control, in yellow, is composed of a Reference Source (Ref Source), a Wavefront Sensor (WFS) (Micro-lens array, relay optics, and WFS camera), a WFS beacon source and a Deformable Mirror (DM). An additional calibration source can be inserted in place of the eye to calibrate the adaptive optics loop. The other subsystem, in purple, is Illumination & Detection and is composed of the retinal imaging camera and the corresponding wide field imaging source.

  (A) and 2(B), yellow box). The red arrowheads in Fig. 2(C) and 2(D) indicate longitudinal capillaries going deep into the retina, these black spots in the average images appear as bright spots in the perfusion maps. Finally larger vessels remain visible in the perfusion maps (Fig. 2(B)). A magnified view (yellow box) in Fig. 2(D) shows the confluence of a venule with this vein. We observe multiple bands as if the flow remains unmixed after the confluence. See Visualization 2 and Visualization 3 in Supplementary in data to watch the videos corresponding to Fig. 2.

Fig. 2 .

 2 Fig. 2. (A,C) Average images of peripheral retinal vessels on the nerve fiber layer bed.(B,D) Motion contrast maps of the same areas displayed on the average images (see Visualization 1, Visualization 2 and Visualization 3 in Supplementary data). (C,D) show both an artery and a vein. In (A,B) A magnified view (yellow box) on the nerve fiber bed shows how the capillaries, invisible in the average image (A), appear contrasted on the perfusion map (B). In (C,D) Longitudinal capillaries, indicated with red arrowheads, in black in the average image (C) appear as bright white spots on the perfusion map (D). A magnified view (yellow box) in (D) shows in detail the confluence of the vein with a venule. The large vessel display several parallel bright bands, with the central band being the brightest. Scale bars are 50 µm

Fig. 3 .

 3 Fig. 3. (A,C) Average images including vessels with a contrast typical of darkfield modality and (B,D) their respective perfusion maps (see Visualization 4 and Visualization 5 in Supplementary data). (A) Large vessel of peripheral retina lying on the nerve fiber layer alternatively illuminated in bright-field and dark-field configuration. A magnified view (yellow box) in (B) shows the aspect of the perfusion map on a large vessel when illuminated in dark-field. The large vessel shows two parallel bands, with a darker aspect in the center of the vessel, instead of the typical several bands observed in bright-field configuration (cf. Fig 2(D)). Again, capillaries hardly visible in (A) appear contrasted in (B). (C) Artery from the optic nerve head region. The artery is lying over the lamina cribrosa which illuminates it from behind leading to forward scattering which gives this contrast to the vessel, characteristic of dark-field illumination. In (D) the large vessel lumen is easier to measure than in (C) where it is hard to determine the beginning of the wall (yellow lines). Scale bars are 50 µm

Fig. 4 .

 4 Fig. 4. (A) Average image of a capillary bed near the lamina cribrosa region and (B) its respective perfusion map after a temporal filtering with a frequency bandwidth of [1Hz,40Hz] (see Visualization 6 in Supplementary data). (C,D,E) Perfusion maps of that same region after three different temporal filtering, with respectively frequency bandwidths of [1Hz,10Hz] (blue map),[10Hz,25Hz] (green map) and [25Hz,40Hz] (red map). (E) Perfusion color map generated by assigning to each perfusion map from a temporal frequency band (A,B,C) an RGB color. Slow temporal frequencies are in blue, medium in green and the faster frequencies corresponds to red. White arrowheads indicate two examples of longitudinal capillaries. Scale bars are 50 µm.

Fig. 5 .

 5 Fig. 5. Images generated from image sequences of the same region showing an artery crossing with a vein in bright-field (A,B,C) and dark-field (D,F,E) illumination configuration respectively (see Visualization 7 in Supplementary data). (A,D) are average images, (B,E) perfusion maps and (C,F) color generated maps showing in green slow variations and in red fast variations. (G) displays two horizontal intensity profile plots (vertically averaged) from yellow boxes in images (B) and (E) corresponding to bright-field and dark-field perfusion maps respectively. The x-axis indicates the horizontal position in microns inside the yellow box and the y-axis indicates the brightness level of the vertical average for each of these horizontal positions.

Fig. 6 .

 6 Fig. 6. Schematic drawings showing a cross-section of a vessel scattering light in bright-field (left) and dark-field (right). The red C letters represent red blood cells (or erythrocytes) and blue arrows represent light rays, dashed lines representing lower amount of photons while the solid lines show larger amounts.

FIGURE 11

 11 FIGURE 11.1: (A) Average image of an image sequence acquired on the Paris AO-FIO near the fovea. The illumination geometry was manipulated to obtain dark fields in the field of view. RPE cells are visible in some of the dark regions. A yellow box indicates an area that has been zoomed to show the details. A red arrowhead identifies one epithelium cell inside the mosaic. (B) Two plots describing the density of RPE cells in the human retina (image from Morgan et al.[118]) Area analyzed (µm 2 ) Number of cells Density (cells/mm 2 ) 92 x 100 41±2 4500±250

Fig. 1 .

 1 Fig. 1. System diagram. WFS, wavefront sensor, DM, deformable mirror, NIRAF PMT, near infrared photomultiplier tube, PSF CAM, point spread function camera, AOSLO APDs, adaptive optics scanning laser ophthalmoscope avalanche photodiodes, OCT, optical coherence tomography, SLO, scanning laser ophthalmoscope, BS, beamsplitter, SLO/OCT LP DC, scanning laser ophthalmoscope/optical coherence tomography long pass dichroic, SLO/NIRAF SP DC, scanning laser ophthalmoscope near infrared short pass dichroic, RS resonant scanner, MMF, multimode fiber.

Fig. 2 .

 2 Fig. 2. Photoreceptors in reflectance (left) and RPE cells in NIRAF (right) in healthy volunteer #1; location is 10° temporal; scale bar is 100 µm.

Fig. 3 .

 3 Fig. 3. Variation in appearance of RPE in healthy volunteers. Top and center row: mosaics from 10° temporal to the fovea in subjects #1 and #4. Note the dimmed ring containing a few hyper AF cells from 3-5° in subject #4. Bottom row: zooms on 10° temporal (left box), 5° temporal (center panel) and fovea (right box) of subjects #1, #3 and #4; inset yellow squares in images above denote locations shown for subjects #1 and #4. Contrast and brightness have been altered in the zoomed panel on the 5° temporal location in subject #4 as this region of the retina gave dimmer images than elsewhere. Note the diffuse fluorescence with hyper AF cells in #4 at 10°. Scale bars are 100µm.

Fig. 4 .

 4 Fig.4. The discrete Fourier transform of the reflectance (top left) and NIRAF (top center) images produces Yellott's rings in the power spectrum corresponding to the modal frequencies of the photoreceptor and RPE spacing (bottom). The NIRAF power spectrum contains peaks in two frequency bands corresponding to that of the photoreceptors (outer ring) and that of the RPE (inner ring). Applying a bandpass filter can suppress the cone signal to enhance visibility of the RPE mosaic (right). Scale bar is 100 µm.

Figure 5 .

 5 Figure 5. Small drusen. Top, IR SLO and OCT imaging. Bottom, NIRAF which shows local disruption of an otherwise normal RPE mosaic. Scale bars, 200µm.

Figure 6 .

 6 Figure 6. Case of non-neovascular age-related macular degeneration with foveal sparing. From top to bottom, OCT, IR SLO, NIRAF SLO, and NIRAF-AOSLO. In the periphery (lower left) the contrast appears higher in NIRAF AOSLO, across a band of hyper-AF. In the fovea the NIRAF contrast in AOSLO (lower right) is higher than that in the NIRAF SLO image. This area showed no recognizable RPE mosaic but rather a diffuse fluorescence with some granularity. This is similar to what is observed in our oldest control (compare with #4, fig 2 zoom at 10° temporal). Scale bar is 100µm.

Figure 7 .

 7 Figure 7. Case of radiation retinopathy with sequelaes of macular edema that caused loss of foveal photoreceptors. Top, IR SLO image with overlaid NIRAF mosaic; center shows a zoom on the NIRAF AOSLO mosaic and corresponding OCT; bottom shows magnifications in the fovea in reflectance flood adaptive optics ophthalmoscopy, reflectance scan AOLSO and NIRAF AOSLO. Note by NIRAF AOSLO the visualization of the RPE mosaic within the area lacking outer segments. Note also the shadowing from microaneurysms in the top and center panel views. Scale bar, 200µm.

FIGURE 11 . 2 :

 112 FIGURE 11.2: Images of a cropped area generated from RPE average images obtained with (A,B) AO-FIO dark-field imaging and (C) NIR autofluorescence using AO-SLO. (A) shows a few cells from the retinal pigment mosaic of the average image in Fig.11.1 and (B) corresponds to image (A) inverted brightness. (C) corresponds to a few cells of a mosaic from the average image of subject #4 at the Fovea shown in Fig.2 from the article presented in Sect. 11.2. Scale bars are 50µm.

FIGURE A. 1 :

 1 FIGURE A.1:Table with the numerical applications of the maximum values for power, irradiance and surfaces.

  

  

  

  

TABLE 3 .

 3 1: Examples of functions and possible biomarkers with an order of magnitude of their spatial and temporal variation

TABLE 3 .

 3 

2: Comparing strengths and shortcomings of the two adaptive optics ophthalmoscope: Adaptive Optics Flood Illumination Ophthalmoscope (AO-FIO) and Adaptive Optics Scanning LAser Ophthalmoscope (AO-SLO)

TABLE 5 .

 5 

1: Optical elements of the new illumination path.

Tip-tilt mirror S-334.2SL Characteristics Shift of the illumination pupil at the eye lens plane

  

		±2.5 mm	±4.2 mm
	Optical tilt angle of mirror	±30 mrad	±50 mrad
	Mechanical tilt angle of mirror	±15 mrad	±25 mrad
	Tilt frequency	200Hz	1kHz
		∼200µrad	
	Tilt accuracy	(taking ∼10µm illumination pupil position	5µrad
		tolerance at eye lens plane)	

TABLE 5 .

 5 

2: Table showing the requirements in tilt angle, frequency and position accuracy necessary to the piezo electric mirror for our application and the selected mirror characteristics. The S-334.2SL mirror largely verifies all the mechanical requirements.

TABLE 10 . 1 :

 101 Table summarizing the computed biomarkers (eg. wall thickness, lumen size and wall-to-lumen (WLR) ratio) on the vascular structures shown in Fig.10.1 and Fig.10.2

TABLE 11 .

 11 

1: Table showing the computed biomarker of density of the mosaic which could be RPE cells in the area shown in Fig.11.1(A) (yellow box).

-field image Autofluorescence image Density (cells/mm 2

  

		) 4500	6250
	Cell spacing (µm)	14.5	13

TABLE 11 .

 11 2: Table showing the computed density of the RPE mosaic in dark-field and autofluorescence images.
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Appendix A

Ocular safety for the Paris AO-FIO system

We determined the maximum power allowed by the European ocular safety norms (Norm ISO 15004-2 (2007)) to be used on the PARIS AOFIO.

A.1 Context:

The light sources used in the PARIS AO-FIO are:

• Wavefront source WFS (point source of SuperLuminescent diode (SLED) type created by OMICRON centered at 750 nm and with a full width at half maximum of 20 nm)

• Imaging source IMA (large source of SLED type created by OMICRON centered at 860 nm and with a full width at half maximum of 20 nm with a field of view of 2°at the retina.)

The size of the illumination beams at the cornea is given by the size of a circular diaphragm placed at a pupil plane. We consider here a circular illumination beam on the cornea with an external diameter of φ ext =4.5mm and with an internal diameter of φ i nt =3mm. We consider the eye to have a focal length of f oei l =20mm.

A.2 ISO 15004-2 norm (2007):

The ISO 15004-2 norm establish the illumination limits for ophthalmic instruments. The norm divides the instruments into two categories: Group 1 and Group 2. The instruments of Group 1 do not represent "any danger linked to the radiation" while instruments from Group 2 represent " a potential danger linked to radiation". Given the wavelengths used in the PARIS AO-FIO as well as the beam sizes (defined by the circular diaphragm), the maximum illumination (maximum exposure allowed or MEA) can be given by the maximum exposure allowed at the eye lens or at the retina. In general the retina limits because of the thermal danger. According to the ISO 15004-2 (2007) document, the limit of the MEA is fixed and the illumination used in the PARIS AO-FIO must not exceed this limit:

with E(λ) and R(λ) the spectral irradiance and the thermal danger weight factor. We consider our sources to be monochromatic, therefore: