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L'évaluation du métabolisme énergétique par spectroscopie 31 P peut se faire par spectroscopie non localisée, spectroscopie monovoxel et imagerie spectroscopique par résonance magnétique (ISRM). Dans la pratique clinique, la spectroscopie 31 P non localisée est généralement réalisée, ce qui empêche de mesurer les informations métaboliques de différents muscles individuellement, et une information moyenne résultant du muscle entier est collectée en une seule fois par la bobine de surface utilisée pour l'expérience. L'utilisation de la spectroscopie 31 P localisée permettrait d'accéder à des informations spatialement résolues et de motiver le développement de nouvelles séquences intégrant les développements techniques les plus avancés. L'imagerie spectroscopique par résonance magnétique disponible dans les systèmes cliniques a un temps d'acquisition très long qui limite son utilisation clinique à l'acquisition statique, alors que ce qui est d'intérêt est essentiellement la capacité à mesurer dynamiquement les variations de concentration des métabolites phosphorylés au cours d'un protocole d'exercice.

Les développements méthodologiques sur l'ISRM réalisés dans le cadre de cette thèse, se sont attaqués précisément à réduire le temps d'acquisition, en vue d' applications cliniques. Une méthode d'acquisition ISRM rapide a donc été développée, impliquant un échantillonnage non cartésien dans l'espace k (échantillonnage en spirale), couplé à un sous-échantillonnage intelligent de la dimension temporelle, ou sous-échantillonnage du signal de résonance magnétique -le spectre RMN correspondant à la transformée de fourier de ce signal -, exploitant la connaissance a priori de la parcimonie du support spectral et une estimation par moindres carrés pour la reconstruction du signal. Cette méthode a été validée à l'aide de simulations et mise en oeuvre dans un système IRM, optimisée puis testée in vivo sur le muscle du mollet pour des applications ISRM 1 H et 31 P. Des applications dynamiques 31 P vii ont également été réalisées à 3T et l'utilisation de la séquence sous-échantillonnée d'ISRM spiral développée a montré qu'elle était capable de révéler les changements dynamiques attendus dans le PCr. La quantification du signal nous a permis en outre d'accéder à la capacité mitochondriale, avec une résolution temporelle dynamique deux fois supérieure à celle du cas ISRM spiral avec échantillonnage régulier, et une résolution temporelle similaire à celle de l'ISRM non localisée utilisée conventionnellement. Ces développements sont d'un intérêt crucial pour une évaluation spatialement résolue de la capacité mitochondriale au sein de différents muscles ; c'est-à-dire pour mettre en évidence des altérations musculaires individuelles liées à des dommages spécifiques ou des différences de consommation d'énergie entre les différents chefs musculaires pendant l'exercice.

Des améliorations de séquence sur la spectroscopie 31 P localisée 1D ont également été intégrées dans un protocole clinique en cours, afin, à terme, d'appliquer les développements de séquence réalisés pendant cette thèse à un contexte clinique. D'abord testé sur des volontaires sains pour la reproductibilité, le protocole implique des patients qui souffrent d'artériopathie de la jambe inférieure. L'objectif était d'évaluer la capacité mitochondriale de ces patients avant et après une revascularisation de l'artère endommagée. Les résultats ont montré une amélioration significative de la capacité mitochondriale après revascularisation.

Mots-clés: spectroscopie 31 P, spectroscopie par résonance magnétique, Imagerie Spectroscopique, sous-échantillonnage, échantillonnage non cartésien, échantillonnage spiralé, reconstruction des moindres carrés, Capacité mitochondriale viii Abstract Quantifying energetic muscular metabolism and mitochondrial capacity are of crucial interest to reveal muscular disorders, metabolic diseases or cardiovascular diseases like mitochondrial myopathy, diabetes or peripheral arthery diseases. 31 P spectroscopy is a non invasive way to monitor energetic metabolism and dynamic concentrations of 31 P during exercise or after during recovery, and provides information on mitochondrial and oxidative capacity.

The assessment of energetic metabolism via 31 P spectroscopy can be done with non-localized spectroscopy, single voxel selection spectroscopy and Magnetic Resonance Spectroscopic Imaging (MRSI). In clinical practice, mostly non localized 31 P spectroscopy is done, preventing metabolic information from different individual muscles to be measured, but an average information resulting from the whole muscle and collected at once by the surface coil used for the experiment. The use of localized 31 P spectroscopy would enable to access spatially resolved information and motivate the development of new home made sequences integrating the most advanced technical developments. Magnetic resonance Chemical shift Spectroscopic Imaging (CSI) available in clinical systems have very long acquisition time that limits their clinical use to static acquisition, while this is essentially the capacity to measure 31 P dynamically during an exercise protocol that is of interest.

The methodological developments on MRSI realized in the context of this thesis were aimed precisely to reduce the acquisition time and in view of some clinical applications. A fast MRSI acquisition method has thus been developed involving a non-cartesian k-space sampling (spiral sampling), coupled to a smart under-sampling along the temporal dimension, corresponding to the acquired magnetic resonance signal -the spectrum being obtained after the Fourier transform of this signalexploiting a priori known spectral support and a least-squares estimation for signal reconstruction. This method has been validated using simulations, and implemented in a MR scanner, optimized and then tested in vivo on the calf muscle for 1 H and 31 P MRSI applications. Dynamic 31 P applications were also performed at 3T and the use of the under-sampled CSI spiral MRSI developed sequence has been shown to adequately reveal the expected dynamic changes in PCr. Quantification of the signal further enable us to access mitochondrial capacity, with a twice higher dynamic temporal resolution compared to the fully sampled CSI spiral MRSI case, and similar temporal resolution as the non-localized classically used MRS sequence. Those develix opments are of crucial interest for a spatially resolved assessment of mitochondrial capacity within different muscles, i.e. to point out individual muscle alterations related to specific damages or differences between muscle energy consumption during the exercise.

Sequence improvements on 1D localized 31 P spectroscopy were also integrated in the clinical sequence and used in an on-going clinical protocol; in order, in the long term, to apply the sequence developments carried out during this thesis to a clinical context. First tested on healthy volunteers for reproducibility, the protocol involves patients that suffers from lower leg arteriopathy. The objective was to assess mitochondrial capacity of those patients before and after a revascularization of the damaged artery. Results showed significant improvement in mitochondrial capacity after revascularization.

General Introduction

The study of energetic metabolism in the skeletal muscle enables the diagnostic of metabolic diseases and muscular disorders. In order to produce energy in the form of Adenosine Triphosphate (ATP), to perform exercises and contractions, many cellular and chemical processes in the muscle are occurring, starting from the ingestion of nutriments to the ATP release within all living cells and the muscles. The process of ATP production occurs in the mitochondrial matrix and mitochondrial capacity can be assessed with 31 P magnetic resonance spectroscopy (MRS).

In nuclear magnetic resonance (NMR), the proton 1 H is mostly used to study the anatomy of the body in the case of imaging, and the metabolism in the case of spectroscopy. Indeed, 1 H NMR spectroscopy gives access for example to intra and extra myocellular lipids information, proton metabolite concentrations such as carnosine, creatine, etc... The use of 31 P spectroscopy allows studying energetic metabolism and the mechanism of ATP production. 31 P spectroscopy can be done dynamically during exercise and recovery, which gives access to the oxidative capacity within the muscle.

Several ways of performing NMR spectroscopy exam exist. Non-localized spectroscopy is the simplest technique, especially and widely used in the phosphorus case, and gives a spectral distribution of biochemical compounds involved in different metabolic pathways inside the body. 1D localized spectroscopy enables both the spatial and spectral metabolite distribution but only within one voxel of interest. Magnetic resonance spectroscopic imaging (MRSI) will give a spatial and spectral distribution within multiple voxels of interests. Single voxel localized spectroscopy and magnetic resonance spectroscopic imaging suffers from poor signal to noise ratio (SNR), and particularly in the case of MRSI, from a long acquisition time. That is why MRSI use in clinical practice is limited. Several conventional techniques have been proposed to reduce MRSI acquisition time such as EPSI, spiral MRSI, radial, etc... but at the expense of SNR. Recent advances with the Compressed Sensing (CS) theory made possible the reconstruction of NMR signals from fewer measurements than the Nyquist-Shannon criterion, by exploiting the sparsity of the data to acquire.

In the context of this thesis, a new fast acquisition method has been developed for MRSI applications in the muscle. This fast acquisition method relies on a noncartesian spiral k-space sampling, coupled with a novel temporal under-sampling technique exploiting the sparsity of MR spectra with a least square signal reconstruction based on a priori known spectrum support. The proposed method shares many characteristics with the recently introduced compressed sensing concept. In our method, the parsimony of the data is expressed through the prior knowledge of the support of the data in a given domain. Given a known signal support in a domain, a l 2 -norm can be used for signal reconstruction from undersampled data. In a noisy scenario, the signal reconstruction error depends on the choice of the samples to acquire. In our method, the algorithm called Sequential Backward Selection (SBS) proposed by Gao and Reeves is used in order to minimize the error magnification. This thesis work established his entire acquisition strategy on these charateristics (Sequential backward Selection of the data samples and l 2 -norm reconstruction) and sought to take advantage of the under-sampling process to save acquisition time in the case of spiral spectroscopic imaging.

The proposed strategy has been implemented on Siemens' integrated development environment for applications software (IDEA).

In vivo experiments were done in 1 H and 31 P MRSI and on dynamic 31 P MRSI. In this thesis, 1 H MRSI has been applied on the calf muscle at 3T for fat-water and 1 H metabolites quantification in the muscle and 31 P MRSI has been applied at rest for phosphorus metabolites quantification, intra-cellular pH assessment and during exercise to assess mitochondrial capacity within different muscles such as the gastrocnemius and the soleus muscles.

Parallel to those developments, a clinical protocol has been developed for patients with a lower leg artheriopathy; in the view of being able to quickly integrate in a clinical context the methodological developments carried out during this thesis work. This MR protocol, named SPECTROAMI, is performed before and after revascularization of the patients and includes a dynamic localized 31 P spectroscopic exercise protocol. The aim is to assess oxidative capacity before and after the surgery and results on four patients are presented.

Thesis Overview

The thesis project was done partly at Creatis, Lyon laboratory and partly at University Hospital Saint-Etienne (CHUSE), in the radiology department headed by the professor Pierre Croisille. There human studies were conducted on a 3T MRI scanner. A 1.5T MRI scanner was used at the research facility "Centre d'Etude et de Recherche Multimodal Et Pluridisciplinaire" (CERMEP) for sequence testing on phantoms. Clinical protocols were conducted at St-Etienne on 31 P and 1 H MRS and MRSI. This project was done in partnership with Siemens, Saint-Denis, France, according to a "Conventions Industrielles de Formation par la REcherche" (CIFRE grant). It consisted mainly in methodological developments for the exploration of the skeletal muscle with spectroscopic imaging and in view of some clinical applications.

The present manuscript is divided into 4 chapters:

The second chapter provides basis on several aspects of the project. Human physiology is first introduced, followed by NMR basics and finishing with an introduction to sparse signal reconstruction and compressed sensing. The NMR basics section includes the fundamental concepts of NMR, a description of pulse sequences and clinical applications of MRSI.

The third chapter details, from the signal processing point of view, the proposed fast MRSI methods based on spiral k-space sampling and temporal undersampling. The theory of the method is presented, including the signal acquisition strategy and reconstruction. It provides at the end theoretical results on simulated data.

The fourth chapter focuses on the implementation of MRS sequences that was designed during the thesis project. A first MRS sequence was developed for signal spatial localization, adapted for 31 P applications. This step was necessary from the point of view of project management to handle the programming environment of

Thesis Overview

Siemens. The second and innovative contribution of this part was the implementation of a fast spiral MRSI sequence based on spiral k-space sampling and temporal under-sampling, in accordance with the acquisition strategy described in the second chapter. In vivo 1 H and 31 P results are shown at the end.

The fifth chapter is oriented towards clinical applications and details the clinical protocol that has been implemented during the thesis project. An exercise protocol to study energetic metabolism has been developed to study a cohort of patients with lower leg artheriopathy. The end of the chapter presents how the implemented MRSI sequences could fit into this protocol.

The manuscript concludes with a synthetic and critical review of the work accomplished and proposes perspectives. example, which is a long carbonate chain and stored in muscles and the liver.

Lipids are composed of fatty acids, which can be divided in three families as wellsaturated fatty acids, mono-unsaturated fatty acids and polyunsaturated fatty acids-, triglycerides, which are stored in adipocytes, and complex lipids.

Proteins are composed of amino acids and can have multiple combinations.

All of these nutriments, once eaten, go through the digestive tract which is composed of several organs. They are going to be subject to several metabolic reactions and hydrolysis. The process of digestion will transform the large molecules into many smaller ones. For example, polysaccharides are hydrolyzed into disaccharides which are then splitted into glucose and fructose, proteins are hydrolyzed into amino acids and triglycerides into monoglycerides, fatty acids and glycerol. After the digestive process, the small molecules will be absorbed by the small intestine, mainly.

The secretion of enzymes by the different digestive organs will indeed promote the hydrolysis and catalysis of macronutriments. To regulate blood sugar levels, hormones, such as insulin and glucagon, play a key role. They have opposite effect, insulin will have as an impact to decrease blood glucose, while glucagon will intend to increase blood glucose. Insulin will stimulate the penetration of glucose into muscles and adipocytes. Therefore, it plays an important role in energetic muscle metabolism. Glucagon will stimulate the glycogenolysis, which is a reaction mainly happening in the liver and frees the glucose which was stored under glycogen. It plays an important role in the case of a diet or fast.

The mechanism of energetic production, needed by nearly all the cells in the body, will happen from all the transformed components after the digestive process in the mitochondria. This production will convert the energy contained in carbon-hydrogen bonds in the form of Adenosine Triphosphate (ATP).

Muscle energetic metabolism

The energetic metabolism in skeletal muscles is summarized in figure 2.1. ATP production is performed in all cells in the mitochondrion. A mitochdrion is a double membrane bound organelle found in the cytoplasm of nearly all living cells . It has a small size of 0.5 to 10 μm [START_REF] Wiemerslage | Quantification of mitochondrial morphology in neurites of dopaminergic neurons using multiple parameters[END_REF], and their number vary depending on the type of cell. They are numerous in liver and muscle cells (with hundreds or thousands of mitochondria) whereas no mitochondrion can be found in red blood cells for example [START_REF] Kaiser | Molecular cell biology[END_REF].

Physiology and phosphoylated compounds

The inner membrane of mitochondria contains the mitochondrial matrix, which holds in the mitochondrial deoxyribonucleic acid DNA, and many enzymes and substrates necessary for ATP production. [START_REF] Médart | Manuel pratique de nutrition: l'alimentation préventive et curative[END_REF]. Several mechanisms in the mitochondria matrix are happening to produce energy, and they are all components of the citric acid cycle. 31 P Magnetic Resonance Spectroscopy (MRS) enables to detect and quantify phosphorylated metabolites that gives information about ATP turnover, pH and mitochon- drial capacity [START_REF] Iotti | In vivo assessment of mitochondrial functionality in human gastrocnemius muscle by 31P MRS. The role of pH in the evaluation of phosphocreatine and inorganic phosphate recoveries from exercise[END_REF].

It is assumed that the ATP supply equals the ATP demand. When we need to do an exercise, there is an ATP demand and ATP is used by the sarcolemmal Na+/K+-ATPase, the sarcoplasmic Ca2+-ATPase and by the force-generating myosin ATPase in order to produce energy. The ATPase, ATP contractile cost, or hydrolysis rate, depends on the fiber types within the muscle and is an average from all the fibers. It also depends on the nature of exercise that is done and its intensity [START_REF] Kemp | Quantification of skeletal muscle mitochondrial function by 31P magnetic resonance spectroscopy techniques: A quantitative review[END_REF]. For an isometric contraction, ATP cost rises linearly with the time of the exercise, but for an intense isotonic exercise, the ATP cost depends on the force or intensity and the duration of the contraction. For all types of exercise, isometric, isotonic, aerobic and anaerobic, the ATP production is done simultaneously by several processes which are glycolysis, PCr hydrolysis and oxidative phoshorylation. ATP can be produced as well by the oxidation of fatty acids and amino acids.

ATP synthesis through Glycolysis

The glycolysis is used by all cells in the body for energy generation. It is a series of reactions that first lead to pyruvate and ATP production [START_REF] Gregory J Crowther | Control of glycolysis in contracting skeletal muscle. I. Turning it on[END_REF][START_REF] Gregory J Crowther | Control of glycolysis in contracting skeletal muscle. II. Turning it off[END_REF]. Pyruvate will then enter in the citric acid cycle to produce more energy. In anaerobic condition, pyruvate does not enter in the citric acid cycle and turns into lactic acid [START_REF] Meyer | The metabolic systems: control of ATP synthesis in skeletal muscle[END_REF]. The anaerobic glycolysis reaction from glycogen-stored glucose to lactate can be written as:

(glucose) n + 3ADP + 3P i → (glucose) n-1 + 3ATP + 2 lactic acid (2.1)
This reaction produces lactic acid and is the main reason of acidosis during an exercise. This process is fast but produces little energy (3 ATP) and acid. Intense exercises lead to further more acid production.

ATP synthesis by phosphates

ATP and PCr stored in skeletal muscles enable to produce energy via 2 main reactions. The production of ATP by ADP and PCr is a reaction catalyzed by the creatine kinase (CK):

PCr + ADP ↔ ATP + Cr (2.2)
ADP can directly be phosphorylated to ATP with adenylate kinase as follows:

ADP + ADP ↔ ATP + AMP (2.3)
ATP free energy over time may remain constant for metabolic purposes. Indeed, we should not spend more energy than we have or than we can produce [START_REF] Meyer | The metabolic systems: control of ATP synthesis in skeletal muscle[END_REF].

Glycolysis and PCr hydrolysis play a linked role in ATP free energy buffering. One will prevent the decrease of ATP free energy caused by the other. Moreover, when the ATP demand is too high, the CK reaction will avoid a massive ATP depletion, such that ATP demand will allways match ATP supply. The ATP concentration in the muscle will therefore not change, on the contrary to the concentration of PCr. ATP hydrolisis reaction can be written as

ATP ↔ ADP + Pi (2.4)
ATP production via the creatine kinase reaction is thus accompanied with PCr depletion and Pi rise.

Changes in PCr concentration is accompanied with opposite changes in Creatine and Pi. The sum of PCr + Pi and of PCr + Cr remain thus is assumed to remain constant during an exercise.

Cellular pH

Via 31 P MRS data, it is possible to measure the intra-cellular pH. Glycolytic ATP synthesis produces lactic acid and H + . This H + will then lower the pH. PCr hydrolysis will consume H + at a lower rate to finally produce Cr and Pi. The pH is also buffered by many other processes so that it does not decrease too much. Therefore, a decrease in pH would be detected for an intense exercise.

Oxidative phosphorylation and Citric acid cycle

Oxidative phosphorylation is an ATP production process that has the capacity to support prolonged aerobic exercise. It occurs at the same time as glycolysis and PCr hydrolysis, and is less efficient for ATP production in the first seconds, but during a prolonged exercise, while the other processes will not produce a lot of ATP over time, this process will be of main importance. Note that this is a process that needs oxygen, nicotinamide adenine dinucleotide (NAD) and flavin adenine dinucleotide (FAD). All three are part of the transport chain were energy is delivered in the form of ATP.

The citric acid cycle is a wheel (Figure 2.3) where one molecule of acetyl CoA will take part of several chemical reactions to produce ATP, and electrons that contains energy and will therefore go into the transport chain, forming the oxidative phosphorylation [START_REF] Meyer | The metabolic systems: control of ATP synthesis in skeletal muscle[END_REF].

ATP demand is thus the sum of ATP synthesis occurring with oxidative phosphorylation, glycolysis and PCr hydrolysis. If U is the ATP demand, L the glycolitic ATP synthesis and Q the oxidative ATP synthesis, we can write

U = L + Q - δPCr δt (2.5)
For an aerobic exercise, the ATP synthesis is mainly oxidative, so Q >> L. To buffer ATP concentration so that it remains always the same, the CK reaction will transform ATP to resynthesized PCr. Therefore, it can also be assumed that U ≈ 0. We then have

Q ≈ δPCr δt (2.6)

Fatty acids oxydation

Fatty acids are catabolized via a process called beta oxidation where they will produce at the end a molecule of acetyl CoA which will then join the citric acid cycle.

Energy stock, glycogenolysis

Carbohydrates are stocked in the form of glycogen, in muscles and liver. The glycogen stored in the liver represents energy for the whole body whereas the glycogen stored in muscles is only used by muscles for contractions. Glycogen is synthetized by glycogenosis and glycogenoneogenosis. The neoglucogenosis synthesizes glucose from glycogen. In the case of a diet, the neoglucogenosis have a major role for carbohydrates synthesis.

Lipids are synthesized after several chemical reactions, starting with one including a molecule of acetyl CoA. They are stocked in the form of triglycerides in the adipose tissues. In this thesis, we are interested in localized 31 P MRS at 3 T that allow studying the metabolism and extract the mitochondrial capacity of different muscles in the body.

NMR basis 2.2.1 Introduction and Boltzmann distribution

Nuclear Magnetic Resonance (NMR) spectroscopy and imaging enable the detection of metabolites inside the body. This allows to study the metabolism, physiology and anatomy of living tissues in a non-invasive way.

An NMR experiment can be divided into three main steps. First, an excitation of the environment of interest with radiofrequency pulses manages and manipulates the magnetization, and prepare the NMR information. The NMR signal will then be detected in a second step. The NMR signal comes from the induced signal in a receiver coil. The use of magnetic gradients acts on the phase of the transverse magnetization and manages the spatial encoding of the NMR signal. The NMR signal can thus be spatially localized. then possible to extract quantitative information: in the case of magnetic resonance spectroscopy and magnetic resonance spectroscopic imaging, the access to in vivo biochemical composition of the studied tissue or part of the body is made possible. We will give some details about the physical concepts of NMR in the following and the next sections.

In Nuclear Magnetic Resonance (NMR) [START_REF] Robert W Brown | Magnetic resonance imaging: physical principles and sequence design[END_REF], the objective is to excite the spins with a radiofrequency (RF) wave at the Larmor Frequency ν 0 and then detect the electromagnetic wave resulting from excited spins returning to their original energy state. In practice, a radiofrequency wave perpendicular to the direction of the static magnetic field -→ B 0 is applied. The relationship between the Larmor frequency ν 0 and the static magnetic field is

ν 0 = γ 2π B 0 (2.7)
where γ is the gyromagnetic ratio of the studied nucleus. In this thesis, two nuclei are being studied, N β are the mean spin population in the α and β states, under thermal equilibrium condition, and in interaction with a static field B 0 , we have

- N α , - N β = exp( ±γ B 0 2k B T ) exp( -γ B 0 2k B T ) + exp( γ B 0 2k B T ) (2.8)
where T is the temperature, k B is the Boltzmann constant and is Planck's constant.

If we assume that k B T is much larger than γ B 0 , the population ratio becomes approximately

- N α , - N β ≈ 1 + γ B 0 2k B T (2.9)
The magnetic field B 0 increases the difference between populations. 1 H nucleus is naturally abundant in the body and is therefore easy to detect compared to other nuclei such as 31 P or 13 C, which have moreover a lower gyromagnetic ratio (table 2.1). 

NMR basis

Macroscopic magnetization

In the absence of an external magnetic field -→ B 0 , the spins are randomly oriented and directed. There macroscopic magnetic moment -→ M is zero. In the presence of a magnetic field -→ B 0 , the spins will be directed along the -→ B 0 axis and will precess around its axis at the Larmor frequency. The longitudinal component of the macroscopic magnetic moment M 0 is expressed as

M 0 = μ z = γ 2 ( - N α - - N β ) (2.10) 
with N the total spin population. M 0 can be derived as

M 0 = Nγ 2 2 2k B T B 0 . (2.11)
The magnitude of the macroscopic magnetization is highly depending on the external magnetic field and the gyromagnetic ratio. For some applications with a low gyromagnetic ratio, it becomes quite tricky to access enough Signal to Noise Ratio (SNR).

Bloch equations -Magnetic field gradients

The nuclear magnetic resonance phenomenon was discovered in 1946 through the works of Felix Bloch and Edward Purcell [START_REF] Bloch | Nuclear induction[END_REF][START_REF] Edward M Purcell | Resonance absorption by nuclear magnetic moments in a solid[END_REF].

In order to generate an electrical signal, or electromotive force (emf) via Faraday's law, a precessing magnetic field needs to be generated. In a static magnetic field -→ B 0 , no precession from the macroscopic magnetization can be noticed.

The evolution of the macroscopic magnetization under the magnetic field

- → B 0 is governed by ∂ -→ M ∂t = -→ M ∧ γ - → B 0 (2.12) If a gradient - →
G is applied at the same time as -→ B 0 , the magnetic field varies with the position -→ r as

B( - → r ) = B 0 + - → G. - → r (2.13)
The precession frequency at position -→ r is then

ν( - → r ) = γ 2π (B 0 + - → G. - → r ) (2.14)
This precession is of high interest for spatial localization of the NMR signal. The precession frequency identifies the position along the gradient. The spatial localization will be further explained in a next section.

In order to excite the spins and flip the magnetization, an additional transverse magnetic field -→ B 1 is applied which will rotate the spins in the transverse plane.

-→ B 1 is rotating around -→ B 0 with a frequency equal to the Larmor frequency in order to be "seen" by the spins. This corresponds to the resonance phenomenon. During
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the application of this B 1 field, which corresponds to a radiofrequency pulse, the magnetization is subjected to interaction with B 0 plus this radiofrequency field. At the end of the excitation, the excited spins, with coherent phases will result in transverse magnetization which will also precess around -→ B 0 at the Larmor frequency, creating an electromotive force which induces an electric current, or NMR signal, detected by a receiver coil. In practice, the RF excitation -→ B 1 is very short and its duration and amplitude sets the flip angle of the transverse magnetization (for amplitude modulated pulses). The transverse magnetization is maximum when the flip angle is 90°. In the rotating frame at the Larmor frequency, a magnetic field -→ B 1 rotating at the same frequency would be static. This is why the rotated frame (x',y',z') is often introduced in NMR. Here, we will take the laboratory frame (x,y,z) which is the frame where the magnetic field -→ B 0 is always static. The evolution of the macroscopic transverse magnetization in this frame under the effect of both

- → B 0 and - → B 1 is ∂ -→ M ∂t = -→ M ∧ γ( - → B 0 + - → B 1 ) (2.15)
The projection in each axes leads to the Bloch equations and is written as follow:

∂M x ∂t = γ(M y (t)B 0 -M z (t)B 1y ) - M x (t) T 2 (2.16) ∂M y ∂t = γ(M z (t)B 1x + M x (t)B 0 ) - M y (t) T 2
(2.17)

∂M z ∂t = γ(M x (t)B 1y + M y (t)B 1x ) - M z (t) -M 0 T 1 (2.18)
The time constants T 1 and T 2 are relaxation times related to the return of the magnetization to its thermodynamic equilibrium state after the RF pulse. T 1 describes the longitudinal recovery of M z to M 0 and T 2 the transverse decay of M xy (Figure 2.5).

Radiofrequency pulses

Radiofrequency (RF) pulses allow to manipulate the magnetization [START_REF] Bernstein | Handbook of MRI pulse sequences[END_REF] (excitation, inversion, refocusing). Spins within the frequency bandwidth of the radiofrequency pulse will be excited. a spatial localization of the signal. The bandwidth, the frequency profile and the dependence of the B 1 field of the radiofrequency pulse are parameters to take into account to evaluate the pulse.

In this section, we will take the rotating frame as reference. In this frame, -→ B 1 is static, and the macroscopic transverse magnetization can be rewritten as:

∂ -→ M ∂t = -→ M ∧ γ - → B eff (2.19) where - → B eff = -→ B 0 + -→ B 1
-Δω γ is the effective magnetic field and Δω = ω 0ω, ω being the precession frequency of the studied magnetization.

On resonance, when ω = ω 0 , the magnetization rotates around -→ B 1 , and otherwise, spins will rotate around -→ B eff with a frequency ω 2π .

When applying a radiofrequency pulse during a time T p , the flip angle of the whole magnetization α is

α = γB eff T p (2.20)
On resonance, we have α = γB 1 T p . The flip angle varies with the duration of the radiofrequeny pulse and its intensity. In practice, the intensity of a radiofrequency pulse is limited by hardware constraints while the duration of the pulse will be limited by the energy deposition. This kind of pulses is amplitude modulated RF pulses. The Time Bandwidth product, TBP, is constant for a given RF pulse and is

TBP = T • Δw,
where Δw is the bandwidth of the pulse.

To measure the pulse bandwidth, it is possible to do a Fourier Transform of the pulse to have its frequency profile, and then calculate the Full Width at Half Maximum (FWHM). One can then calculate the duration of the pulse needed to reached a desired bandwidth. Conventional pulses are modulated in amplitude. The flip angle varies with time during the pulse application.

Square pulses

Using square pulses is the easiest way to excite the magnetization. It consists in the application of a constant magnetic field B 1 during a time T p at the larmor frequency.

The flip angle will be depending on the pulse duration and the intensity of the RF pulse. The use of surface coils with these types of pulses is not efficient as the transmitting B 1 is inhomogeneous and these pulses are amplitude modulated. Moreover, these pulses are non-slice selective. Indeed, their frequency profile is a cardinal sinus and present side lobes that does not allow good localization. In order to increase the spectral bandwidth, it is therefore better to use short pulse duration, but it requires a higher intensity of the RF pulse for the same flip angle. 

Sinus cardinal pulses

The most used RF pulse that is slice selective and allows a good spatial localization is the cardinal sinus (sinc) RF pulse. On the contrary to the square pulse, its frequency profile is quite uniform and does not contain significant side lobes (Figure 2.6), as for square pulses. Still, this kind of pulse remains amplitude-modulated and is a priori not perfectly appropriate to the use of surface coil with inhomogeneous B 1 field. This pulse is used in the majority of sequences in the clinical environment. Many different types of cardinal sinus RF pulse waves exist that have different frequency behaviors. For example the number of lobes defines a type of sinc pulse.

Adiabatic Radiofrequency pulses

These types of pulses, which are frequency and amplitude modulated, are particularly useful in the case of a strong B 1 field inhomogeneity and the use of surface coils [START_REF] Tannús | Adiabatic pulses[END_REF]. Indeed, in the case of surface coils, the B 1 field is not constant spatially in respect to the distance from the surface coil. It becomes quite tricky to study deep structures.

Their specificity is that the flip angle is less sensitive to the RF pulse intensity or B 1 amplitude. In the adiabatic regime, the flip angle does not depend on the RF pulse intensity and is moreover the same wherever in space. The adiabatic regime is achieved after a certain B 1 amplitude threshold.

In the case of adiabatic pulses, Δω(t) depends on time. ).

(2.22)

Satisfying the adiabatic condition will ensure that the magnetization that was parallel to the effective magnetic field -→ B eff (t) will remain that way and the magnetization that was perpendicular will remain perpendicular and rotate around -→ B eff (t). To calibrate an adiabatic pulse, it is possible to keep a constant pulse length and increase the RF pulse intensity. When the signal intensity remains constant, it means that the adiabatic regime has been reached.

Examples of adiabatic pulses are hyperbolic secant pulses, tangent hyperbolic pulses. Adiabatic pulses are most commonly used for inversion or refocusing. Adiabatic Full passage (AFP) pulses of 180°and Adiabatic Half Passage (AHP) pulses of 90°c ommonly used are hyperbolic secant pulses:

B 1 (t) = B 1max sech(β( 2t T p -1)) (2.23)
The modulation in frequence is given by

Δω(t) = -μβ tanh(β( 2t T p -1)) (2.

24)

T p is the pulse duration. β and μ are parameters defining the truncation factor (β is defined as sech(β) = 0.01). The hyperbolic secant pulse characterization are shown in figure 2.8.

A general class has been introduced by [TG97; TG+96] of adiabatic pulses that satisfies the adiabatic condition for all the frequencies within a given bandwidth. They are called Offset-Independent Adiabaticity pulses (OIA). The most used pulses of this class are the HSn family functions described as

B 1 (t) = B 1max sech(β( 2t T p -1) n ) (2.25) Δω(t) = -sech 2 (β( 2t T p -1) n ) (2.26)
These types of pulses enable to reduce the energy deposition and lower down the required peak power by reducing the B 1max . AFP pulses will be used for inversion and refocusing. The longitudinal magnetization is rotated from M z to -M z in the case of an inversion and from M x + iM y to M x -iM y in the case of a refocusing. Applying one AFP pulse to rotate the magnetization and perform an inversion when starting at M z enables an insensitive to B of the spins after the RF excitation. The spins will transit from their unstable equilibrium state to their stable equilibrium state m = -1/2 to m = 1/2. The total energy will be dissipated to the environment as thermal energy. The energy disspated will be equal to the energy received to excite the spins. The evolution of the longitudinal magnetization over time is

∂M z (t) ∂t = M 0 -M z (t) T 1 (2.27)
which becomes after solving:

M z (t) = M 0 + (M z (0) -M 0 ) exp(-t/T 1 ) (2.28)
where M z (0) is the initial value of the longitudinal magnetization.

In practice, M z never completely recover to its original state M 0 . Indeed, in vivo a repetition time TR is used to sequentially repeat the NMR experiment. TR is often too small compared to the time necessary for M z to completely return to its equilibrium state. After a few repetitions, a steady-state is nevertheless achieved; This steady state ensures that the signal received will be of same intensity and order one experiment after the other. The optimal excitation angle, in terms of resulting SNR, can be calculated knowing the TR and T 1 . This angle is known as Ernst angle and is given by

α Ernst = arccos(exp(-T R/T 1)) (2.29)
The use of Ernst angle is particularly useful for short TRs in which the longitudinal magnetization cannot recover completely.

Tranverse relaxation time

After the excitation, spins are all in phase and the transverse magnetization makes its apparition. Transverse T 2 relaxation induces the decrease of the magnitude of the transverse magnetization. What happens is that spins will dephase because of dipolar interactions between spins under the influence of the local magnetic field. They will all have individually different phases and not be coherent one with another. This entropy will affect the transverse magnetization, decreases its magnitude because of the loss of phase coherent which will therefore decrease the received NMR signal as well. The entropy increase is irreversible and the decrease of the signal cannot be Isotope T 1 (ms) T 2 (ms) gyromagnetic ratio γ/2π (MHz/T) avoided.

The presence of magnetic field -→ B 0 inhomogeneities has an effet on transverse relaxation. This induces an increase in the coherence loss over time. In fact, the transverse magnetization decreases with a characteristic time T * 2 shorter than T 2 . In practice, it is possible to reduce the effect due to magnetic field heterogeneities, for example by shimming or using a spin echo sequence [START_REF] Koch | Sample-specific diamagnetic and paramagnetic passive shimming[END_REF]. The transverse magnetization decreases exponentially as

M xy (t) = M xy (0) exp(-t/T * 2 ) (2.30) 
where M xy (0) is the initial value of the transverse magnetiazation.

T * 2 is related to T 2 and magnetic field heterogeneities by the relation

1 T * 2 = 1 T 2 + γΔB 0 (2.31)
The term γΔB 0 is the relaxation rate related to field inhomogeneities across the voxel of interest. 

NMR signal and spectrum

The detected signal is proportional to the macroscopic transverse magnetization. Indeed, the transverse, precessing magnetization induces an electromotive force and thus an electrical signal detected by receiver coils. This signal decreases mono exponentially with time and the constant time T * 2 . The received signal is also called free induction decay (FID) and oscillates, before demodulation, at a very high frequency, close to the larmor frequency. For example, at 3 T, for the proton, it oscillates at around 125 MHz. This signal is demodulated and then sampled by an analog to digital converter. An electronic device is used to demodulate the signal at the carrier frequency.

M xy (t) = M xy (0) exp(-t/T * 2 ) (2.32)
The signal has a real and imaginary part. The NMR spectrum is obtained after applying a Fourier transform on the time-domain complex signal (Figure 2.10). The spectrum, as a first approximation, consists in Lorentzian absorption and dispersion peaks. The NMR spectrum is analyzed by measuring, for each peak at a given resonance frequency, the intensity of the peak, the area of the peak and full width at half maximum (FWHM). For the case of exponentially damped sinusoids in the time domain, FWHM will be equal to 1 

Chemical shift

Spin precession frequency is mostly subject to the external magnetic field -→ B 0 . However, as nuclei belong to molecules, their a chemical environments vary and thus their own precession frequencies vary. Indeed, due to this chemical environment, they are surrounded by local magnetic fields, that give an effective field smaller or higher than B 0 [Gov+00; DG19]. It results that a spin will be subject to an effective magnetive field -→ B e which is proportional to -→ B 0 :

- → B e = (1 -σ) - → B 0 (2.33)
where σ is constant that characterizes the chemical environment of the spin, |σ| << 1.

The resonant frequency is not exactly equal to the Larmor Frequency but is then 

ν e = (1 -σ)ν 0 = γ 2π (B 0 -σ) (2.
δ = ν -ν ref ν ref 10 -6 (2.35)
where ν ref is the spin reference frequency. δ is dimensionless and independant of the magnetic field. The reference frequency is calibrated with Tetra-methyl-silane (TMS) for 1 H and phenyl-phosphonic acid (PPA) or hexa-methyl-phosphorous-triamide (HMPT) for 31 P .

J-coupling

J-coupling is mediated through chemical bonds between two spins [START_REF] Govindaraju | Proton NMR chemical shifts and coupling constants for brain metabolites[END_REF]. Spins interact indirectly through their shared electron within a molecule.

In the case of two bounded atoms A and X, the orientation of spins and the magnetic field B 0 will affect the magnetic field "felt" by each spin. Each atom induces a local 2.2 NMR basis magnetic field that will be added to the static magnetic field B 0 or removed from the static magnetic field. Whether this local field is added or removed depends on the orientation of spins in the atom. This total magnetic field felt by the atom will therefore have multiple resonating frequencies separated by the constant J. This constant does not depend on the static magnetic field, but depends on the number, the nature and the geometry of the bounds between coupled atoms. The more there are bounds between coupled atoms, the less the coupling will be and the smaller the J constant will be. The smaller the J constant is, the harder it is to detect it in vivo. The coupling can also be of more than two bounds. It can be coupling of three, four bounds (triplets, quadruplets,...). For example, the 31 P spectrum is mainly composed of a peak of phosphocreatine (PCr), a peak of Inorganic Phosphate (Pi) and a molecule of ATP which is composed of three phosphates groups. Those three phosphates can be distinguished in the spectrum with one doublet corresponding to γ-ATP at -2.7 ppm, another doublet corresponding to α-ATP at 7.8 ppm and one triplet β-ATP at -16.3 ppm (Figure 2.11).

Chemical shifts and J-coupling are the two phenomena responsible behind the spectral signature of a given molecule NMR Spectrum. 

Spin Echo

Transverse magnetization decreases, after the excitation RF pulse, with a characteristic transversal relaxation time T * 2 as described in subsection 2.2.5. T * 2 results from the effect of the relaxation time constant T 2 and the static magnetic field inhomogeneities. After a 90°excitation pulse, spins dephase under the effect of T * 2 . To compensate the phase accumulated by the spins, one can apply a second pulse of 180°, also called refocussing pulse, that will create a spin-echo with an echo top located at a time T E after the RF pulse [START_REF] Erwin L Hahn | Spin echoes[END_REF]. T E /2 corresponds to the delay between the excitation pulse and the refocusing pulse. The phase accumulated by the spins at time T E /2 will be compensated at time T E , creating an echo. The refocusing pulse is played on the xy-plane, on the contrary to the excitation pulse which is played on the z-plane. The spin echo effect can be used to estimate T 2 relaxation times. There are many spin echo sequences and some of them are listed in a next section. Adiabatic refocusing selective pulses of 180°are numerous and can be used to face B 1 inhomogeneities, in the case of surface coils for example, on the contrary to adiabatic slice selective excitation pulses (of 90°). Indeed, adiabatic excitation pulses are numerous but, currently, adiabatic slice selective excitation pulses do not exist.

Magnetic Resonance spectroscopy (MRS) signal localization

The spatial localization of the NMR signal is of high interest in in vivo NMR spectroscopy. Proper spatial localization will lead to good quality spectra, and enables to access the metabolites of interest inside the selected Volume of Interest (VOI) avoiding unwanted signal from outside the region [START_REF] Graaf | In vivo NMR spectroscopy: principles and techniques[END_REF]. It is often combined with other techniques of signal suppression, mainly water in 1 H spectroscopy. Water is indeed very abundant inside the body and its contribution is much larger than other metabolites that are in smaller concentration in the body. B 0 field inhomogeneities spread the peaks at all resonances. B 0 inhomogeneities can be reduces by shimming (i.e procedure to adjust the homogeneity of the static magnetic field) inside the region of interest. Other adjustments can be made to enhance the NMR signal coming for the selected region: by calibrating the RF pulse excitation or homogenizing the B 1 field.

Several spatial localization techniques exist to do Single Volume Spectroscopy (SVS). We will present some of them.

Outer Volume Suppression (OVS)

An OVS module [START_REF] Dikoma | Sensitivity and localization enhancement in multinuclear in vivo NMR spectroscopy by outer volume presaturation[END_REF] saturates the magnetization coming from other regions than the selected one. This technique is less efficient in the case of a use of a surface coil and non-adiabatic RF pulses such as sinc pulses, because of B 1 inhomogeneities [START_REF] Bernstein | Handbook of MRI pulse sequences[END_REF]. It is necessary to have a good suppression to avoid any pollution by the outside volume. This technique is used as a module placed before the sequence which creates the signal of interest. For example, with a non-localized FID sequence, the module will be placed before the rectangular RF pulse (Figure 2.12) in order to saturate the magnetization before exciting the magnetization left non saturated, and thus will enable to acquire the FID signal remaining from the selected region. To reduce the sensitivity to B 1 field inhomogeneities, particularly in the case of surface coils, small angles can be set for the OVS module pulses if the pulses that are used are amplitude-modulated, conventional, pulses. Another way to reduce its sensitivity is to apply adiabatic RF pulses (cf chapter 4) that are insensitive to B 1 field inhomogeneities, but the RF is of higher power and the SAR becomes significant. 

Point Resolved Spectroscopy (PRESS)

The PRESS module [START_REF] Paul | Spatial localization in NMR spectroscopy in vivo[END_REF] is one of the most commonly used methods for signal localization. The PRESS module is represented on figure 2.13. It consists in one slice selective pulse excitation and 2 slice selective refocusing pulses. This is a double spin-echo method. The slice selective refocusing pulses are applied in the two orthogonal directions than the first excited plane. Doing so will ensure that outside regions will either not be excited or not refocused. The first refocusing pulse creates a spin echo at time T E1 , and the second creates a spin echo at time T E1 + T E2 , where T E1 is the delay between the excitation pulse and the first echo, and T E2 is the delay between the first refocusing pulse and the second echo. Spoiler gradients are placed between RF pulses in order to dephase volume magnetization and any undesirable coherences. The coherent signal will thus only correspond to the selected region. In clinical practice, the minimum T E that can be accessed with a PRESS module is about 30 ms. 

Stimulated Echo Acquisition Mode (STEAM)

The STEAM module [START_REF] Frahm | Localized proton spectroscopy using stimulated echoes[END_REF] is the other most commonly used methods for SVS ( The stimulated echo appears a T E + T M and is the one of interest because it corresponds to the signal in the selected VOI. The application of spoiler gradients during the mixing time allows to eliminate the spin echoes. Due to its robustness, STEAM is very used in clinical practice, and it allows to acces echo times smaller than the ones we could acces with PRESS (about 20 ms). Using excitation pulses instead of refocusing pulses is easier to implement, they have a shorter duration and a better profile. 

Localized Adiabatic Selective Refocusing (LASER)

The LASER sequence [START_REF] Garwood | The return of the frequency sweep: designing adiabatic pulses for contemporary NMR[END_REF] is an efficient sequence for SVS in the case of the presence of B 1 field heterogeneities. The use of adiabatic pulses that are insensitive to B 1 field heterogeneities enables to overcome flip angle problems. As already seen, with B 1 field inhomogeneities and conventional pulses, the flip angle may vary from one position to an other. The LASER sequence can be seen as the adiabatic version of the PRESS sequence. It consists in an adiabatic half passage (AHP) excitation pulse of 90°, followed by three pairs of slice selective refocusing Adiabatic Full Passage (AFP) 180°pulses. Each pair is associated with one spatial direction. Gradient spoilers are placed around each AFP pulse to destroy the magnetization outside the VOI. The TE that can be achieved is longer compared to PRESS and STEAM sequences. In the case of the semi-LASER sequence, the VOI is selected with a conventional selective non adiabatic RF pulse in one spatial direction and is followed by 2 pairs of adiabatic refocusing pulses in the 2 other directions. These 2 types of sequences LASER and semi-LASER are robust in front of B 1 inhomogeneities and small errors due to chemical shift artifacts are achieved with these sequences. Nevertheless, the energy deposition is high due to the use of many adiabatic pulses and compared to the PRESS and STEAM sequences, and the minimum echo time achieved by this sequence is longer (about 70 ms).

Chemical shift artifacts and outer volume suppression

Given the application of a magnetic field gradient, the spin frequency becomes dependent on the position r:

ω(r) = ω 0 + γ 2π rG (2.36)
If Δw is the RF pulse bandwidth, i.e the RF pulse will excite spins within the frequency bandwidth ω 0 /2π ± Δω/2π, the corresponding slice thickness is

Δr = Δw γG (2.37)
The chemical shift displacement artifact is due to the fact of exciting different spins populations at different spatial positions and at different resonant frequencies. The chemical shift displacement is given by

Δx = ω -ω s Δw Δr (2.38)
where ω corresponds to the carrier frequency and ω s to the resonating frequency of an other spin population.

The chemical shift displacement artefact is a function of the RF pulse bandwidth, covering the chemical shift of given molecules. To reduce chemical shift displacement artefacts, one can increase the RF pulse bandwidth, by increasing the gradient strength, or reducing the RF pulse duration, which means, for an equivalent flip angle, increasing the RF pulse amplitude. However, the RF pulse amplitude is in practice limited by hardware constraints and the maximum B 1max achievable.

The chemical shift artifact increases with the magnetic field strength. The consequences of this artifact are an error on the voxel composition evaluations, because the voxel may not be where it is supposed to be. Also, it is sensitive to B 0 inhomogeneities. Indeed, B 0 may be homogenized for water signal but not for other resonances such as lipids, which can lead to other resonant frequencies contamination, for example in the brain applications. Indeed, if a voxel is selected in an area, based on water frequency, a contamination from extra cranial lipids may occur as the voxels corresponding the lipids frequencies may be spatially different (Figure 2.15). That is why SVS techniques are often combined with OVS techniques to saturate the signal outside of the wanted VOI in order to avoid any contamination.
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To reduce chemical shift artifact when using a selective pulse, a larger pulse bandwidth has to be set. Pulses that have a high Time Bandwidth product (TBP) are to be preferred to reduce the chemical shift artefacts. However, the energy deposition with these types of pulses is high. Other types of pulses called Frequency Offset Corrected Inversion (FOCI) [START_REF] Roger J Ordidge | Frequency offset corrected inversion (FOCI) pulses for use in localized spectroscopy[END_REF] have been developed in order to achieve high gradient strength with lower RF intensity. Thus, they increase the RF pulse bandwidth through magnetic field gradient modulation.

Magnetic Resonance Spectroscopic Imaging

In MRI and MRSI, we are interested in spatial distribution of metabolites, and their concentration in the case of MRSI, inside the body. The spatial encoding of the NMR signal is key to have a spatial distribution. In the next section, we will thus introduce the notion of k-space.

NMR signal spatial encoding and k-space

The application of a magnetic field gradient linearly varies the magnetic field with the position in space -→ r :

B( - → r ) = B 0 + - → G. - → r (2.39)
The corresponding phase acquired at the position -→ r is then

φ( - → r , t) = γ - → r t 0 - → G (t )dt . (2.40)
In the case of a constant magnetic field gradient along the x direction, we have In order to introduce the k-space, we can rewrite equation 2.40 as

φ( - → r , t) = γ × G × t × x. (2.41) 2.2 NMR basis
φ( - → r , t) = 2π γ 2π - → r t 0 - → G (t )dt = 2π - → r - → k (t) (2.42) where - → k (t) is - → k (t) = γ 2π t 0 - → G (t )dt . (2.43)
The unit of -→ k (t) is m -1 and defines the k-space. The total signal coming from the whole excited volume can be written as

S( - → k ) = ρ( - → r ) exp(2π - → r - → k )d - → r . (2.44) Clearly, S( - → k )
is the Fourier transform of the spatially distributed magnetization density ρ( -→ r ). The sampling frequency of the NMR signal follows in most cases the Nyquist-Shannon theorem and is twice bigger than the maximum frequency of the signal. In the k-space domain, we have a band limited spectrum that must contain all the resonant frequencies of the signal in order to avoid folding artefacts. As the signal is sampled and discretized, we do not have a continuous integral in equation 2.44 but sums for each spatial direction. We are operating a Fast Fourier Transform (FFT) in 2D or 3D according to the application.

The edges of the k-space correspond to the high frequencies of the signal, and the center corresponds to the low frequencies. Most of the energy is concentrated in the center of the k-space in practice (see figure 2.16). As we can see in equation 2.43, the trajectory in the k-space depends on the gradients waveforms, their amplitude and duration.

Conventional MRI sequences include the Rapid Imaging with refocused echoes (RARE) [START_REF] Hennig | RARE imaging: A fast imaging method for clinical MR[END_REF] technique, Fast Low Angle shot imaging (FLASH) [START_REF] Haase | FLASH imaging. Rapid NMR imaging using low flip-angle pulses[END_REF], echo planar imaging [START_REF] Mansfield | Multi-planar image formation using NMR spin echoes[END_REF].

Chemical Shift Imaging

In Chemical Shift Imaging, or CSI also called magnetic resonance spectroscopic imaging (MRSI), we are dealing with a k-t space. It combines a spatial information given by an image and a spectroscopic information given by a spectrum on each voxel. To do this, it is necessary 1) to sample, for each k-space position, sufficiently finely the NMR signal along time to get the spectroscopic information, and 2) use gradients to encode the spatial information through k-space. Some CSI sequences
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combine the SVS localization techniques with spatial encoding schemes. Generally, CSI sequences use phase encoding steps to preserve the spectroscopic information.

In that case, the acquired phase at each phase encoding step is as equation 2.41.

Several types of CSI sequences exists and are listed in a next section.

Point Spread Function (PSF)

The nominal voxel δv size in CSI is given by

δv = FOV NE , (2.45)
where NE is the number of phase encoding increments. Due to inherent characteristics of the Fourier Transform [START_REF] Brooker | Selective Fourier transform localization[END_REF], the actual nominal voxel size may be different from this theoretical value. Indeed, after Fourier Transform, signal from neighbouring voxels is contaminating the actual voxel of interest, leading to partial volume effects and a decrease of the spatial resolution.

The Point Spread Function is a way to see the signal contamination in the image domain due to the sampling scheme performed in the k-space. In conventional MRSI, a double phase encoding method is used to sample the k-t space and the corresponding PSF along one direction is

PSF = Δk x sin(πN EΔk x x) πNEΔk x x (2.46)
where k x is the position in the k-space, x is the position in the image domain. Note that FOV = 1/k x . The resulting PSF for a regular sampling scheme is a cardinal sinus function (Figure 2.17). The partial volume effects are quite important in that case. The PSF may be improved with apodization methods for example by using a weighted sampling scheme, during the acquisition or after. Apodization functions need to be applied in the frequency domain, k-space, and they also need to be symmetrical compared to the origin (Figure 2.17). A quite efficient and commonly used apodization function is the hamming filter 

W (k) = α + β cos( πk k max ) with -k max ≤ k ≤ k max (2.47)

Conventional MRSI sequences

The CSI-FID The CSI-FID sequence (figure 2.18) is the most conventional sequence for MRSI. It consists in the acquisition of one point of the k-space and its whole temporal dimension after one excitation. The sequence scheme contains only one slice selective excitation, directly by the acquisition of the signal. The advantage of this sequence is that it can achieve very short echo times as we acquire the signal directly after the excitation, and has a high SNR. It is useful for applications with metabolites that have a very short T 2 relaxation, for example the detection of collagen in the case of 1 H applications, or for the detection of ATP metabolites in 31 P applications. However, it results in a very long acquisition time limiting its application in practice.

The CSI-Spin echo This sequence as shown in figure 2.19 has the same sampling strategy as the CSI-FID. The sequence differs by the additional slice selective refocusing pulse placed after the excitation pulse to rephase the spins in the selected slice. This sequence permits to reduce T * 2 effects due to B 0 field heterogeneity and magnetic susceptibility, and thus access cleaner signal for different echo times.

2.2 NMR basis
The CSI-PRESS This sequence combines the PRESS localization technique with spectroscopic imaging (Figure 2.20). It is a double spin-echo spectroscopic imaging technique containing one slice selective excitation pulse followed by two slice selective refocusing pulses. The VOI selected will be larger than the ones we select in a monovoxel acquisition. Afterwards, the signal is acquired by the same phase encoding method as in the CSI-FID and CSI-SE sequence. Compared to a simple CSI-Spin Echo technique, the CSI-PRESS will have a signal of beter quality (better SNR) inside the selected than outside. The VOI is smaller than the total Field Of View (FOV). It is a sequence of interest for brain applications where the signal is often contaminated by subcutaneous lipids. Thus, it is often combined with Outer Volume Suppression modules to avoid any contamination by outside subcutaneous lipids.

Fast MRSI sequences

In MRSI, the TRs used are usually long, about 1 or 2 s, to reduce T 1 weighting, and to increase SNR. Moreover, sampling only one point of the k-t space after each excitation leads to long acquisition times. For example, for a matrix size of 32 × 32, one slice and a TR of 2 s, the acquisition time is about 35 min. In order to reduce the acquisition time, several techniques have been developed and proposed [START_REF] R Pohmann | Theoretical evaluation and comparison of fast chemical shift imaging methods[END_REF].

The SNR resulting from acquisitions with the phase encoding method is high. Reducing the acquisition time will reduce the SNR and is also generally accompanied by greater complexity in post-acquisition data processing and implementation of the sequence. Magnetic gradients can be pushed to their limit and the signal can be more complex if we sample the spectral and spatial dimension at the same time.

Many fast MRSI sequences are based on fast MRI sequences.

The spectroscopic Rapid Acquisition with Refocused Echo (RARE) [START_REF] Dreher | Fast proton spectroscopic imaging with high signal-to-noise ratio: spectroscopic RARE[END_REF] is based on the RARE technique used in MRI and consists in refocusing pulses surrounded by phase encoding gradients. The number of refocusing pulses is a multiple of 4 and allows a phase cycling in 4 steps. The RARE module (Figure 2.21) is placed after a slice selective excitation pulse and a slice selective refocusing pulse. The k-space is encoded one line after an other and after each excitation, delaying the application of the RARE module allows to encode the spectroscopic information. This is a robust technique that is comparable with conventional phase encoding methods but energy deposition remains elevated. After each excitation, one spatial dimension and one spectral dimension are acquired. This technique considerably reduces the acquisition time compared to conventional methods but the reconstruction process is more complex. The performance of the gradient system is important as well for this technique as they have to rapidly change from a negative value to a positive value and etc. For example, for a matrix size of 32×32, one slice and a TR of 2 s, the minimum acquisition time would be 64 s.

Multi echo sequences

Multi echo sequences such as Turbo spin echo or Multi gradient echo can be a way to reduce the acquisition time and access the spectroscopic information as well (Figure 2.23) [START_REF] Jeff | Fast proton spectroscopic imaging of human brain using multiple spin-echoes[END_REF]. To do that, it is necessary to use a short echo delay time, short enough to reconstruct the spectroscopic information of interest. One line of the k-space and one spectral dimension would be acquired after the excitation which reduces the acquisition time considerably. However, the echo delay time is limited because of the time needed to form the echo, either by a spin echo with a slice selective refocusing pulse or a gradient echo.

Reducing the spatial sampling of the k-space Reducing the spatial sampling of the k-space [Mau+94; PT94] leads to fewer acquisitions to sample the whole k-t space and thus reduce the total acquisition time. Indeed, the main information is concentrated in the center of the k-space, corresponding to the low frequencies. Sampling only 50 % of the k-space in the center reduces the acquisition time by 2 [START_REF] Andrew A Maudsley | Reduced phase encoding in spectroscopic imaging[END_REF]. The use of compressed sensing can also be of interest to reconstruct the k-space with a random sampling and few samples [START_REF] Lustig | Compressed sensing MRI[END_REF].

NMR basis

Non-cartesian k-space sampling Non-cartesian k-space sampling can be used to sample the k-space, not line by line as reached in the cartesian sampling by the application of trapezoidal gradients, but with non-cartesian trajectories such as spirals, radial or circle lines [START_REF] Chiew | Density-weighted concentric rings k-space trajectory for 1H magnetic resonance spectroscopic imaging at 7 T[END_REF]. This sampling technique also allows us to sample simultaneously the spatial and spectral dimensions. These types of trajectories are realized by applying time varying gradients during signal acquisition. Data reconstruction of the spatial dimension has to be done with non-cartesian reconstruction techniques such as Gridding or Non-uniform Fast Fourier Transform (NUFFT) [START_REF] Gordon E Sarty | Direct reconstruction of non-Cartesian k-space data using a nonuniform fast Fourier transform[END_REF][START_REF] Fessler | Nonuniform fast Fourier transforms using min-max interpolation[END_REF]. Because of technical constraints, it is not possible to sample the whole k-t space after one excitation, it is necessary to interleave spatially and temporally the acquisition to sample the whole spatio-temporal domain. We will detail this in chapter 3 in the particular case of spiral trajectories. The minimum acquisition time that can be accessed is smaller than other fast techniques such as EPSI or spectroscopic RARE but highly depends on the gradient system and the nucleus we are studying. The shorter the γ constant is, the longer the acqui-
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Chapter 2 Context and theory basis sition time will be, which can be a limitation for example in 31 P or 11 Na applications. Spiral spectroscopic imaging Spiral spectroscopic imaging is also an MRSI sequence based on an MRI sequence with a spiral k-space sampling. In MRI, k-space trajectories can be performed with sinusoidal gradients waveforms with a rising amplitude in the readout and phase directions played during the acquisition window, or while the Analog-to-Digital-Converter is played out. Traditional spiral MRI is composed of one excitation pulse followed by oscillating gradients waves in x and y directions during the acquisition as shown in figure 2.24 and is the basic building block for spiral MRSI. Spiral k-space detection can be used with a spin echo excitation, and can also be combined with modules placed before the excitation, such as OVS or water saturation, or other modules to encode diffusion for example. As we see in figure 2.24, one k-space is sampled at a specific time after the excitation.

The length of the spiral can be reduced by using spatial interleaves, which implies acquiring multiple time the FID signal with different partitions of the k-space at each repetition time T R (see figure 2.25). In spiral spectroscopic imaging, we want to sample the evolution of k-spaces over time as shown in figure 2.26, an evolution which is modulated by the spectroscopic information. The FID signal is thus sampled with a train of spirals rather than one unique spiral and a spectroscopic information can be assessed after Fourier transform of the acquired signal. The time points -at the time a spiral is acquired -fixes the spectral bandwidth. As the spiral duration can be longer than the desired sampling time (or correspondingly the desired spectral bandwidth), temporal interleaves (see figure 2.27) are often needed (which means acquiring several spiral trains, each of them being delayed according to a time delay proportional to the wanted FID sampling time T res ). This approach will be more detailed in chapter 3 and 4.

NMR basis

All these techniques can also be combined, if possible, with parallel imaging techniques such as Sensitivity Encoding (SENSE) [START_REF] Klaas P Pruessmann | SENSE: sensitivity encoding for fast MRI[END_REF] or GeneRalized Autocalibrating Partial Parallel Acquisition (GRAPPA) [START_REF] Mark A Griswold | Generalized autocalibrating partially parallel acquisitions (GRAPPA)[END_REF] to reduce even more the acquisition time. However, these approaches make the reconstruction process even more complex. 

Clinical applications of MRSI

MRSI has various applications in the clinical environment in the brain, liver, muscle. Its advantage compared to other imaging techniques is that it is non-invasive and allows to study the metabolism of tissues inside the body, with spatially distributed information. It has interesting application in cancer, epilepsy, multiple sclerosis, schizophrenia and muscle metabolism assessment. In practice, single voxel spectroscopy is more commonly used than spectroscopic imaging because it is faster, easier to process. In spectroscopic imaging, the B 0 field homogenization, or shim, is of great importance for clean NMR signals.

The most used SVS sequences are PRESS and STEAM, which are made available by most of the MR system constructors. A SVS-STEAM is particularly useful to reach small echo times. An SVS based on LASER technique is also sometimes used to overcome B 1 heterogeneities.

In spectroscopic imaging, used sequences in the clinical environment are mainly based on the phase encoding method, with the CSI-FID sequence, or CSI-SE sequence. The Echo Planar Spectroscopic Imaging (EPSI) technique tends to be more and more used but it is still not common at all as it is not provided, by default, by the constructors.

In the muscle, several applications have been made on proton spectroscopy for fat-water quantification, or metabolite quantification such as creatine, lipids and The Nyquist-Shannon theory stipulates that the sampling of a signal is imposed by its spectral bandwidth [START_REF] Shannon | Communication in the presence of noise[END_REF]. This theory is a base for signal acquisitions protocol and analog/digital converters. As a reminder, the Nyquist-Shannon theorem is:

2.2 NMR basis
Theorem: Given a signal with a spectral content that has a maximum frequency f max , the sampling frequency f e must be at least twice this maximum frequency in the signal in order to reconstruct properly, without folding, the signal after applying a low-pass filter:

f e = 2 × f max (2.48)
The compressed sensing theory appeared recently and enables to lower down the sampling frequency f e [START_REF] Candès | Robust uncertainty principles: Exact signal reconstruction from highly incomplete frequency information[END_REF][START_REF] David | Compressed sensing[END_REF]. Indeed, Nyquist-Shannon theory enables to reconstruct the every signal, but it is not a necessary condition when the signal is sparse in a given domain. Compressed sensing allows the reconstruction of undersampled signals with a sampling frequency lower than the sampling frequency given by the Nyquist-Shannon theorem when the signal is sparse in an appropriate basis.

Sampling with CS theory allows transforming acquired analog data into their compressed numeric representations. This enables to get reconstructed signal from fewer measurements than the measurements imposed by the Nyquist-Shannon Theorem.

The two fundamental principles of CS are sparsity and incoherence of the measurement compared to the base where the signal will be reconstructed.

Sparsity means that the signal has finite number of non-zeros. In practice, in a temporal signal, it expresses that the useful information of its spectrum does not cover the whole spectral bandwidth. Note that in this work, we will consider 31 P MRS spectra as sparse in the spectral domain.

In this section, we will detail the mathematical principles of CS and some applications.

Under-sampled data acquisitions and reconstruction

The mechanism of data acquisition is classically defined as

y = Ax (2.49)
with y the measured vector of size m, x the desired signal we want to acquire of size n and A the matrix of size m × n which is the encoding matrix to go from x to y.

With the CS theory, we are in the case where m < n, the number of measurements are lower that the dimension of the signal x. We have an inverse problem to solve with under-determined matrix system. Finding the exact solution x from the measurement y is not possible, but if x is sparse it becomes possible to reconstruct the signal.

There are 3 main optimization problems used in the case of CS to reconstruct the signal. The first one uses a least square optimization under the constraint of equation (2.49) (defined as |x|| l 0 := |i, x i = 0|) . The second uses the l 0 (defined as |x|| l 0 := |i, x i = 0|) norm under the constraint of equation (2.49). In that case, the most sparse solution will be chosen. Sparsity of the signals is not always the case, but it can be assumed that it is sparse in some other space, which is the case for signals in practice. If we note Φ the base of the domain where the signal x may not be sparse and Ψ the base of the domain where x may be sparse, we have

A = RΦΨ (2.50)
where R is the new matrix of size m × n in the new base. The complexity of the problem with a l 0 norm is high and grows exponentially with N .

The third optimization problem uses the l 1 under the constraint of equation (2.49) (defined as

|x|| l 1 := n i=1 |x i |)
. It has been demonstrated by Candès and Tao that it is the optimization problem that finds the most sparse solution, under restricted conditions.

To evaluate the robustness of CS reconstruction algorithms, a property called Restricted Isometric Property (RIP) is used [CT04; [START_REF] Candes | Decoding by linear programming[END_REF][START_REF] Emmanuel | The restricted isometry property and its implications for compressed sensing[END_REF]. This property enables to see if the reconstruction algorithm, generally based on the matrix A is efficient to reconstruct the signal from fewer measurements or not. The unicity of a solution may not be the case, but the existence of a solution is key for a robust and efficient reconstruction algorithm.

l 2 , l 1 , l 0 minimization
In order to avoid the solving of a NP-hard problem with the use of the l 0 for signal reconstruction, the idea is to use the l 1 norm instead, which actually give the same solution in most cases [START_REF] David | For most large underdetermined systems of linear equations the minimal ð İŞ Ą1-norm solution is also the sparsest solution[END_REF]. Minimizations from l 1 and l 2 norms give very different results. The l 2 norm has been proven not to be efficient in most cases. The l 1 is the best trade off between the hard complexity of a minimization by a l 0 norm and the inefficiency of a reconstruction with a l 2 norm.

Compressed sensing reconstruction algorithms include for example Orthogonal Matching Pursuit (OMP), Least Absolute Shrinkage and Selection Operator (LASSO), total-variation, Iterated thresholding for example [Boy+14; Wan+12; BD09; Kra+17]. Most of them are iterative and are looking for the sparse support where the signal may be reconstructed given a smaller number of measurements. For example, the OMP algorithm is an iterative algorithm based on the l 2 norm. It will iterate until the support is found and then perform a final l 2 minimization to reconstruct the signal. The LASSO method relies on a l 2 minimization with a l 1 regularization. Regularizing with l 1 favours the sparsity.

Applications of CS

Compressed Sensing has various applications in Magnetic Resonance Imaging, single pixel camera [START_REF] Marco F Duarte | Single-pixel imaging via compressive sampling[END_REF], digital holography [Riv+10; Mar+11], radar imaging [START_REF] Herman | High-resolution radar via compressed sensing[END_REF] or schlieren deflectometry [START_REF] Sudhakar | Compressive schlieren deflectometry[END_REF][START_REF] Sudhakar | Compressive imaging and characterization of sparse light deflection maps[END_REF].

Single pixel camera is an image acquisition based on a single photodiode. The observed object is focused through a lens on a digital micro-mirror (DMD). This will reflect the image through the photodiode. The DMD device consists in an array of small mirrors which orientation can be switched in order to reflect the light from the object or not. It receives a small portion of the object and then reflects it. Switching on and off every mirror that take a small fraction of the object enable finally to reconstruct the total image. The acquisition time is related to the number of samples of the image we need to reconstruct the full image. Lowering down the number of measurement samples enables to use CS and it has been demonstrated that the number of measurements can be significantly reduced and still be able to accurately reconstruct the signal [START_REF] Marco F Duarte | Single-pixel imaging via compressive sampling[END_REF].

Radar imaging is a technology that creates 2 dimensional images from radio waves emission and reception by the radar. The radar emits radio waves which are then reflected and received back by the radar. Radar images are compressible using parametric models of physical scattering. It can be compressed as well using transform coding. [START_REF] Lustig | Compressed sensing MRI[END_REF] enables to considerably reduce the scan acquisition time. It consists, in most cases, to randomly under-sample the k-space. Under-sampling the k-space leads to less excitation needed and thus a gain in terms of acquisition time [START_REF] Block | Undersampled radial MRI with multiple coils. Iterative image reconstruction using a total variation constraint[END_REF]. It has also other applications in dynamic MRI [Gam+08; Lin+11], parallel imaging [Kno+12; Jin+16] and functional MRI [START_REF] Zahneisen | Single shot concentric shells trajectories for ultra fast fMRI[END_REF]. It can be combined with data learning as it is done in [START_REF] Ravishankar | MR image reconstruction from highly undersampled k-space data by dictionary learning[END_REF].

CS in MRI

Most of the under-sampling is done randomly but can be done as well with a priori known knowledge. For example, we know that most of the energy is concentrated in the center of the k-space. Other under-sampling have been developed based on a priori knowledge of the spatial support [START_REF] Liang | k-t ISD: dynamic cardiac MR imaging using compressed sensing with iterative support detection[END_REF].

CS is nowadays mainly used for imaging but can also be used for spectroscopic imaging.

Applications of compressed sensing for non-proton MRSI are not numerous. It is mainly applied by under-sampling the spatial dimension on sodium MRSI [START_REF] Mahon L Maguire | Compressed sensing to accelerate magnetic resonance spectroscopic imaging: evaluation and application to 23 Na-imaging of mouse hearts[END_REF], phosphorus MRSI [SD+19; Hat+17; Ask+12], and on fluorine MRSI [START_REF] Kampf | Application of compressed sensing to in vivo 3D F-19 CSI[END_REF]. Under-sampling the temporal dimension as well can be done to reduce the acquisition time, and this has been indeed performed on hyperpolarized 1 3C studies [Lus+06; Lar+11].

Other techniques have been developed based on a a priori information knowledge of the spatial support in [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF],-leading to an irregular under-sampling and a leastsquare estimation, but which cannot be classified as a compressed sensing method (as it is not a random under-sampling) -, or on a a priori information knowledge of the frequency resonances as in [START_REF] Wiesinger | IDEAL spiral CSI for dynamic metabolic MR imaging of hyperpolarized [1-13C] pyruvate[END_REF]. In [START_REF] Wiesinger | IDEAL spiral CSI for dynamic metabolic MR imaging of hyperpolarized [1-13C] pyruvate[END_REF], only images at specific frequency resonances are reconstructed, with a least reconstruction as well, and with a strong a priori knowledge of the frequency peak resonances. The technique that is used is called iterative decomposition of water and fat with echo asymmetric and least-squares estimation (IDEAL) spiral CSI and has been applied on hyperpolarized 13 C pyruvate.

In [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF], the choice of the samples to acquire in the k-space is done, given a limited known spatial support, with an algorithm called Sequential Backwards Selection (SBS). The acquisition sequence relies on a k-space acquisition with two phase encoding gradients. The selection of k-space samples is therefore not random, but still leads to an irregular sample acquisition. The image reconstruction is done with a least-square estimation, and the choice of the samples via the SBS algorithm enables to minimise the noise magnification due to the least square reconstruction. The SBS algorithm and a new fast MRSI strategy are proposed in chapter 4.

The work in this thesis aims to accelerate magnetic resonance spectroscopic imaging for application on phosphorus on the skeletal muscle. The proposed method, which will be detailed in the next chapters, is based on a temporal under-sampling of the FID signal given an a priori known spectrum support, and on spiral k-space sampling. 

Introduction

Compressed Sensing (CS) [START_REF] Candès | Robust uncertainty principles: Exact signal reconstruction from highly incomplete frequency information[END_REF][START_REF] David | Compressed sensing[END_REF] introduced a new way to sample, with a lowered sampling rate compared to the Nyquist-Shannon criterion. The signal to be sampled has to be sparse in a given space so that CS can be applied. CS has already been used for several applications in medical imaging [START_REF] Lustig | Compressed sensing MRI[END_REF],

digital imaging [START_REF] Marco | Single-pixel imaging via compressive sampling[END_REF] and radar imaging [START_REF] Herman | High-resolution radar via compressed sensing[END_REF]. It is based on the three main tasks of are sparse representation, measurement encoding, and sparse signal reconstruction [START_REF] Candès | An introduction to compressive sampling[END_REF].

Given a known sparse spectrum support, it is possible to accelerate and simplify the reconstruction process. In [GR00; Mer+14] the l 2 norm was used to reconstruct the signal with a known sparse spectrum support using the least square (LS) overdetermined solution. Compared with the orthogonal matching pursuit algorithm (OMP) [START_REF] Wang | Generalized orthogonal matching pursuit[END_REF], the LS solution corresponds to the last step of this algorithm when all of the samples of the support are found [START_REF] Tropp | Signal recovery from random measurements via orthogonal matching pursuit[END_REF]. Note that these methods fall into the group of single measurement vector (SMV) methods. In a noisy scenario, the reconstruction error depends on the choice of the acquired time samples. The use of the sequential backwards selection (SBS) algorithm [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF] enables selection of the samples to acquire to minimize the noise magnification due to the LS signal reconstruction. In addition, the irregular sampling favors the invertibility of the matrix of the system. SBS has been proposed previously to accelerate signal acquisition [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF]. This was used in a case where the acquisition time was directly related to the sampling rate. For a time-domain signal sampled with N samples and period T s ending at time NT s , irregular sampling with P < N samples (selected using SBS) also ends at time NT s and no acquisition time is saved. However as soon as the N samples need to be acquired in several scans, the duration of the acquisition can be reduced using SBS, which is the goal of this paper.

In the present study, we tackle the problem of the design of a fast sampling strategy for multidimensional signal acquisition, with its application to simulated magnetic resonance spectroscopic imaging (MRSI) data [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF]. Here we use the SBS algorithm in a different way, and we push further the method to design a new sampling strategy. The first results from this study were presented at the [START_REF] Karkouri | Time samples selection in spiral acquisition for sparse magnetic resonance spectroscopic imaging[END_REF].

Magnetic resonance spectroscopic imaging signals consist of several spatially distributed one-dimensional spectra. As for magnetic resonance imaging, the acquisition is performed in a spatial two-dimensional spectrum domain called the k-space, for which (k x ,k y ) represents the wave numbers in each dimension. In MRSI, this k-space evolves in time according to an oscillatory function with an exponential decay. The oscillation frequencies are characteristic of the molecular content under analysis. A two-dimensional Fourier transform of the k-space is then necessary to spatially localize the biochemical information, and a one-dimensional Fourier transform along the time direction is needed to obtain the magnetic resonance spectra. The time domain and the k-space domain are separable. At each (k x ,k y ) point, the associated spectrum is band limited. In in vivo magnetic resonance spectroscopy, a priori known 3.2 Article Manuscript molecular resonance frequencies in living tissues [Gov+00; DG19] and the expected 'full width at half maximum' of the resonating peaks are usually used as the starting values and the prior knowledge for magnetic resonance signal quantification [START_REF] Ratiney | Time-Domain Semi-Parametric Estimation Based on a Metabolite Basis Set[END_REF]; here, these are used to define a priori this limited band; i.e, the spectrum support.

In this study we deal with a spatio-temporal signal model y(U, n), where U is a multidimensional space and n is the number of discrete time dimension points.

For MRSI, U is the k-space; and it can be divided into several partitions. Due to physical constraints, it is not possible to scan the whole joint spatio-temporal signal all at once. Indeed, at each scan, the data points are sequentially acquired. Given that the signal is transient, several scans are required to obtain the full U over time. As a result, the full and dense sampling of this signal is time consuming. This approach is similar to multiple measurement vectors (MMV) [Cot+05; CH06] methods, which represent an extension of the single measurement vector methods, with the difference that the acquisitions are sequential and the spectral support is known.

Several fast k-space scanning or CS methods have been proposed [START_REF] Posse | MR spectroscopic imaging: principles and recent advances[END_REF][START_REF] Graaf | In vivo NMR spectroscopy: principles and techniques[END_REF]. The undersampling of the temporal dimension is rarely used and only in a CS scenario [START_REF] Hu | Compressed sensing for resolution enhancement of hyperpolarized 13C flyback 3D-MRSI[END_REF]. In the special case of sparse spectra, we show in the present study that subsampling the temporal dimension allows us to interleave the acquisitions of partitions of U of the signal y(U, n) and to decrease the number of scans, and thus to speed up the acquisition of the signal. We propose an algorithm that specifies the signal acquisition scheme. This paper is organized as follows. In section 3.2.3 we propose the signal acquisition strategy based on SBS. Here, we present the SBS algorithm and derive two essential theorems that lead to the proposed acquisition algorithm. The MRSI application is presented in section 3.2.4, which is followed by a discussion in section 3.2.5 and the conclusions.

SBS-based acquisition strategy for a multidimensional signal

Spectrum estimation from subsampled signals

Given an N -samples time-domain signal y, the associated spectrum x is assumed to have a known M -samples sparse support S. The sampling period is T s , and consequently, the discrete time is

t = nT s , n = 0 . . . N -1. The discrete frequency is f = k/N T s , with k = 0 . . . N -1.
The time signal y is related to its spectrum x by

y = F -1 x, (3.1)
where F is the unitary discrete Fourier matrix of size N × N ,with

F n,k = exp(-i2πnk/N )/ √ N .
The objective is to find the M nonzero values of the spectrum x from the P -samples signal y p , obtained by irregular subsampling the signal y, with P < N. Let x m be the restriction of x to its M nonzero values (its support S), then Equation (3.1) becomes

y p = Ax m , (3.2)
where A is a P × M matrix that is obtained by selecting from F -1 the rows that correspond to the P acquired elements from y and the columns that correspond to the M elements of x in S.

To solve Equation (3.2), more time samples are required than spectrum samples; i.e, M ≤ P . If M < P , the matrix system is overdetermined. If A * A is invertible, then the spectrum can be evaluated from y p by the LS estimate of x m ,

x m = (A * A) -1 A * y p , (3.3) 
where * denotes the conjugate and the transpose. Note that if N is a prime, A is full rank, from Lemma 1.3 of [START_REF] Tao | An uncertainty principle for cyclic groups of prime order[END_REF], and the recovery of x m is exact. When the data are noisy with the hypothesis of a Gaussian zero mean noise identically distributed with variance σ 2 , this results in an error with the mean square error given by,

E||x -x m || 2 = σ 2 tr[(A * A) -1 ]. (3.4)
As F is unitary the lowest error is obtained for P = N , and subsampling of the signal results in noise magnification [START_REF] Stanley | Selection of observations in signal reconstruction[END_REF]. The next section presents the SBS iterative method to select the set of indices {p} of the samples of y p while limiting the value of the trace in Equation (3.4).

The SBS algorithm

We previously saw that subsampling signal y and constructing an overdetermined matrix system leads to a noise amplification. The P time samples to acquire can be chosen such that the noise amplification remains small. This is the role of the SBS algorithm [START_REF] Stanley | Selection of observations in signal reconstruction[END_REF].
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The SBS algorithm sequentially eliminates one row at a time of the matrix A from Equation (3.2), from the N candidates, until P rows remain. At each iteration, the SBS algorithm sequentially selects a single row of A, and for each row it computes the

tr(A) = tr[(A - * A -) -1 ],
where A -is the matrix A with the selected row removed.

The row that leads to the lowest value is selected for the iteration and A is updated to the corresponding A -. The trace in Equation (3.4) increases monotonically with the removed rows [START_REF] Stanley | Selection of observations in signal reconstruction[END_REF].

At a new iteration, the trace tr(A) can be computed by either direct inversion or by the faster Shermann-Morrison-Woodbury formula [START_REF] Stanley | Selection of observations in signal reconstruction[END_REF]. However, due to the instability of Shermann-Morrison-Woodbury formula [START_REF] Yip | A note on the stability of solving a rank-p modification of a linear system by the Sherman-Morrison-Woodbury formula[END_REF], each iteration increases the inversion error. In this study, the Shermann-Morrison-Woodbury is used to select the row to eliminate, but a direct inversion is used to update the matrix (A - * A -) -1 to preserve the stability.

The trace of the matrix (A * A) -1 is key, and it has some interesting properties for our application. These are presented by the two theorems in the next section.

Properties of the matrix A

Some of the properties of the matrix A from Equation (3.2) are derived in this section, which will be useful for our acquisition method described in a next section "SBS-based multi set acquisition".

Theorem 1.

Let A be the P × M , M ≤ P ≤ N matrix constructed from the discrete Fourier transform matrix F -1 of size N × N , where N -M columns and N -P rows have been deleted. The entries of A are e 2πinsks/N , where k s and n s are the kept rows and columns of the matrix A, respectively. Consider a circular shift d of the rows of the matrix

A: if A * A is nonsingular, then tr[(A * A) -1 ] is invariant to the circular shift. Proof. Write (A d ) n,k = (A) n+d,k = e 2πi(n+d)k/N (left shift for d > 0) Then (A d ) n,k = e 2πidk/N (A) n,k It follows that A d = AD d , where D d = diag(e 2πidk/N ), k = 0, 1, . . . , M -1. Note that D d * D d = I M
, where I M is the M × M identity matrix. The inverse matrix (A d * A d ) -1 can be expressed as

(A d * A d ) -1 = (D d * A * AD d ) -1 = (D d ) -1 (A * A) -1 (D d * ) -1 .
Finally,
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tr[(A d * A d ) -1 ] = tr[(D d ) -1 (A * A) -1 (D d ) -1 * ] = tr[((D d * ) -1 (D d ) -1 )(A * A) -1 ] = tr[(A * A) -1 ].

Involvement of Theorem 1

For noisy data with the same hypothesis as in section 3.2.3.1, the selected time samples to acquire can be circularly shifted without increasing the resulting trace of the square matrix (A * A) -1 , and therefore without increasing the noise amplification (Equation (3.4)). This enables more flexibility in the choice of time samples used to solve Equation (3.3) during the signal acquisition and this is a key point for our method based on the interleaved acquisition described in 3.2.3.5.

Theorem 2.

Given the matrix A defined in Theorem 1, consider a circular shift d of the selected columns of the matrix A: if A * A is nonsingular, then A * A is invariant from the circular shift, and therefore tr[(A * A) -1 ].

Proof.

Write

(A d ) n,k = (A) n,k+d = e 2πin(k+d)/N (left shift for d > 0) Then (A d ) n,k = e 2πidn/N (A) n,k It follows that A d = D d A, where D d = diag(e 2πidn/N ), n = 0, 1, . . . , P -1.
Note that D d * D d = I P , where I P is the P × P identity matrix.

Then

A d * A d = A * D d * D d A = A * A Involvement of Theorem 2 tr[(A * A) -1
] is invariant from any circular shift of the spectrum's support, which does not require a new computation of the SBS algorithm. In practice, and for our MRSI application, this property is not as advantageous as the first Theorem. However, one can choose a sparser support, and shift the support if necessary, to center it properly on the frequency peaks.

SBS characterization

The selection of the rows of A from the SBS algorithm is related to the given spectrum support of size M . The more time samples that are eliminated by the algorithm (i.e., the lower the P ), the more the trace increases, which will therefore increase the noise amplification. However, the lower the P , the faster the signal acquisition 3.2 Article Manuscript may be. Consequently, it is necessary to select an appropriate trade-off between noise amplification and acquisition acceleration.

To select an appropriate number of sampled points P , the evolution of the trace versus the spectrum support (size and type) is studied in the following.

The SBS algorithm has been applied to three types of support, as compact, block, and random, each of which has two sizes, M = 128 and M = 256, with N = 1024.

A compact support is defined as M consecutive nonzero frequency locations. A block support is defined as eight different compact supports of size M/8 that are randomly distributed. A random support is defined as M randomly selected nonzero frequency locations. Figure 3.1 shows the trace evolution that is averaged on 1000 random realizations of each support, versus the number N -P of eliminated rows with N = 1024. The trace strongly increases for block and random supports with respect to the eliminated rows.

Sparser spectral support leads to a lower trace, and the trace is also lower when the support is more compact. These results show that the trace is support dependent and thus application dependent. This trace can be computed prior to any signal acquisition given a known sparse spectrum, and thus this allows the selection of an appropriate trade-off between noise amplification and P , the number of samples to acquire.

SBS-based multiset acquisition

In this section, a model for the proposed MRSI application is presented, with a multidimensional discrete temporal signal y(U, n). This signal must be acquired both over U , the spatial k-space and n, the temporal dimension. The objective is to sample this signal as fast as possible. We call the acquisition of samples in U over time the 'time-scan'. A previous work has been done on this in [START_REF] Karkouri | Time samples selection in spiral acquisition for sparse magnetic resonance spectroscopic imaging[END_REF] given in annexe 1. This paper details how an under-sampling of the time domain can be done with the SBS algorithm for application on phosphorus MRSI. Here, we aim to optimize the temporal sample selection by taking advantage of the circular shift theorem, additionnally to the use of SBS only.

The model and the novel proposed interleaved acquisition is presented in the following subsections.
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y(U, n) = ∪ Nu-1 u=0 y u (n) ∀n ∈ [0, N -1]. (3.5) 
At each n, it is assumed that only one partition y u (n) can be acquired. Consequently, N u time-scans of the signal y(U, n) are required to collect all of the N u partitions, and thus the full signal y(U, n). For a uniformly sampled temporal dimension, the acquisition duration is

T full acq = T scan N full acq , ( 3.6) 
where T scan = NT s is the duration of one time-scan, T s is the sampling time period of the signal y u (n) and N full acq = N u the total number of time-scans. To reduce the acquisition time, we subsample y u (n), to reduce the number of scans along the temporal dimension. Each signal y u (n) is assumed to have an identical
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known sparse spectrum support S. Thus, the signals y u (n) can be sub-sampled as described in section 3.2.3.1. Let {p} be the set of all the selected time samples by SBS with Card({p}) = P < N, P ≥ M . As each y u (n) has the same spectrum support S, it follows that the selected samples {p} are also identical for each y u (n). At each time sample p, N u partitions have to be acquired simultaneously and thus N u time-scans are still required. To reduce the acquisition time the idea is to take advantage of the empty time zones, for the time indices n / ∈ {p} to acquire other partitions of U . From Theorem 1, these empty time zones can be filled by a circular shift of {p}.

The ideal scenario would be to fill the N u P samples to be acquired without any empty time zones during the N -points time-scan. This results in N u P/N time-scans compared to N u time-scans in the full sampled acquisition. The best acceleration factor is thus N/P . In practice, this is very unlikely to happen.

Interleaving the acquisition in the time domain

The objective is to minimize the total number of time-scans N full to acquire y(U, n). This objective requires that the maximum number of partitions to acquire at any n should be minimal. Let {p} u be the set of selected time samples for the signal of the partition u, y u (n).

Let I u (n) be an index vector of length N that indicates the P -samples to acquire in partition u, I u (n) = 1 if n ∈ {p} u , 0 otherwise. The total number of time-scans is then The proposed algorithm minimizes the maximum number of partitions to acquire at any n. It searches at each iteration j for a set {p} j that minimizes the number of acquisitions considering only the first j partitions,

N full = max n ( Nu u =1 I u (n)).

Time sample Time sample

N j full = max n j u =1 I u (n) , ( 3.7) 
where j is from 1 to N u . The algorithm selects the best circular shift of {p} that minimizes N j full , to determine {p} j . In the case of multiple solutions, the smaller shift is selected. The first iteration sets {p} 1 = {p}, and the final iteration j = N u gives the final number of acquisitions N full = N Nu full , and all the sets {p} u gives the time samples to acquire for each partition. Let us define I 1 (n-d mod N ) the d circular shift of I 1 (n).

The proposed algorithm follows:

-Run SBS algorithm to get {p} -Set {p} 1 = {p} and derive

I 1 (n) for j = 2 to N u do -Search d j such that min d j (max n j u =1 I u (n) ), with I j (n) = I 1 (n -d j mod N ) -Set {p} j = {p, circularly shifted by d j }, derive I j (n) end for -N full = N Nu full = max n Nu u =1 I u (n)
The new acquisition time of y(U, n) is then

T full = T scan N acq . (3.8)
Compared to the Equation (3.6), the time acceleration factor is N full acq /N acq = N u /N acq ≥ 1.

Illustration of the proposed algorithm

An illustrative example of the proposed algorithm is used here, as a signal of size N = 16 with a spectrum block support size M = 7. The number of partitions is set to N u = 3. The SBS algorithm is run with P = 8 time samples. Figure 3.2 shows the iterative steps of the algorithm and the sets {p} u and I u (n) The first partition is in blue with a square symbol, the second is in red with a circle symbol, the third is in green with a cross symbol. Two time-scans are enough to sample all of the time samples of all of the partitions.
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Time sample

generated at each step. In this example, the final number of acquisitions N acq is 2, to give a time acceleration factor of 3/2. For each iteration, the new time samples are represented in red in Figure 3.2. In the first step, {p} 1 = {p} and I 1 (n) = 1 if n ∈ {p} 1 , 0 otherwise. In the second step, there is no circular shift of {p} 1 , such that the maximum of I 1 (n) + I 2 (n) is 1. In the third step, the algorithm finds a solution such that the maximum of I 1 (n) + I 2 (n) + I 3 (n) leads to two time-scans. Figure 3.3 illustrates how the partitions are acquired at each time-scan.

Study of the time acceleration factor

To evaluate the time acceleration factor reached by the algorithm proposed in the previous section, the algorithm is run to test different spectrum supports.

The signal size is set to N = 1024; the spectrum has M nonzero values, with M ∈ {64, 128, 256}; the support type of the spectrum is compact, block or random (cf section 3.2.3.4); the number of partitions is N u ∈ {2, 4, 8, 16}.

The SBS algorithm is run with P = M time points, which is the largest feasible subsampling with a given sparse spectrum.

For each set of parameters, the algorithm is run on 100 realizations of the randomly chosen support. For each run, the following are computed: the highest number of acquisitions required N full acq = N u ; the ideal lowest number of acquisitions N full acq M/N (rounded up); and the number N acq of acquisition given by the proposed algorithm. The results are averaged over the 100 realizations, as in Table 3 best As expected, the sparser the spectrum, i.e., the lower the M , the lower the number of acquisitions. In comparison, the number of partitions N u has less influence. The support type has strong influence: the more "compact" it is, the better acquisition gain it gives. Interestingly, for a sparse spectrum of M contiguous frequency samples, the algorithm always gives the lowest possible number of acquisitions.

N full = NuM/N 1 1 1 1 1 1 1 2 1 1 2 4

Optimality and complexity of the algorithm

The algorithm proposed in section 3.2.3.5.2 searches sequentially in N u × N circular shifts, for the combination of shifts that leads to the lowest number of time-scans, over a total of N N u possible combinations. Given the results in the previous section, this algorithm is optimal with a compact support. For the two other cases, an extensive search in the N N u possibilies is run over 100 iterations of both the block and compact supports, with a signal size N = 128, N u = 4 partitions and spectra of M nonzero values, M ∈ {8, 16, 32, 64}. When the spectrum is very sparse, M = 8, many combinations lead to the best possible N acq , and the proposed algorithm always finds this. On the other hand, when half the spectrum points are used, M = 64, the extensive search gets a better result than our algorithm, as all the time for a random support, and 44 times for a block support. For M = 16 and M = 32, the extensive search gets a better N acq in 3% of the runs for a block support, and in 27.5% of the runs for a random support.

The proposed algorithm first runs the SBS algorithm, then performs circular shifts as detailed in section 3.2.3.5.2. The SBS algorithm has a complexity of O((N 2 -P 2 )M 2 )
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[RZ99]. As N P , the complexity can be reduced to O((NM) 2 ), with M N . The proposed algorithm in section 3.2.3.5.2 has a complexity of O(NN u )+O(NP ), which thus has a global complexity of O((NM) 2 ). The LS reconstruction has a complexity of O(M 2 P ). The total complexity of the proposed method is then O((NM) 2 ). The main contribution to the whole complexity of the proposed approach comes from the selection of the temporal samples to acquire (SBS).

Application

Magnetic resonance spectroscopic imaging (MRSI)

Nuclear magnetic resonance consists in a physical phenomenon that induces a perturbation of the macroscopic magnetization of an ensemble of nuclear spins that interact with a surrounding static magnetic field. This perturbation is caused by radiofrequency pulses, which are more commonly called excitation pulses and leads to an electromagnetic signal response with frequencies related to the atoms considered and their chemical environment [START_REF] Graaf | In vivo NMR spectroscopy: principles and techniques[END_REF]. This signal is called the free induction decay and it is encoded in the k-space with the help of field gradients. It is complex, of the form y(k x , k y , n), and it depends on the time and the spatial two-dimensional excited environment. In magnetic resonance imaging, the signal y(k x , k y , n) is acquired in the Fourier domain, which is called the k-space excitation, at a given t. To obtain the corresponding anatomic image, an inverse Fourier transform is performed. In MRSI, we are interested in the acquisition of the temporal evolution of the FID signal multiples time, which is why it is acquired for t ∈ [0, (N -1)T s ]. For each (k x , k y ), the signal is modeled by

y kx,ky (n) = j a j (k x , k y ) exp(i2πf j nT s -nT s /T * 2 ), (3.9) 
where the time constant T * 2 is the transverse relaxation that accounts for the spin-spin relaxation and the field inhomogeneity. Due to the term exp(-nT s /T * 2 ), its spectrum is not band limited because each spectral line becomes Lorentzian shaped; however, it can be approximatively considered as sparse [START_REF] Merhej | Fast multidimensional NMR spectroscopy for sparse spectra[END_REF]. The coefficient a j (k x , k y ) is complex and is the Fourier transform of the metabolic image characterized by the frequency f j .

Each excitation results in the same free induction decay signal. Excitations can be repeated as many times as necessary to get the joint spatial spectral information. At the end of the scan, a delay can be added to ensure that the macroscopic 72 Chapter 3 Time undersampled acquisition for multidimensional sparse signals with application to magnetic resonance spectroscopic imaging magnetization returns to its original state. The time between two excitations is called the repetition time, T R ≥ NT s .

In clinical routine, the sequences that are commonly used acquire the k-t space (k x , k y )-point by (k x , k y )-point with the phase encoding method [START_REF] Posse | MR spectroscopic imaging: principles and recent advances[END_REF]. A single point of the k-space and the whole temporal dimension is acquired at each excitation. This results in a long acquisition time T full acq from Equation (3.6), because N u , as the number of partitions of the k-space, is very large. For example, for a 32 × 32 matrix, the number of (k x , k y ) points is N u = 32 × 32 = 1024. To speed up the acquisition, it is possible to group the k-space points into partitions, that have to be acquired in the k-space after each excitation, which leads to the model of Equation (3.5). However, due to technical constraints (MRI gradients), the acquisition of one partition, i.e travelling through k-space, is not instantaneous. The larger the partition is, the longer the acquisition is. There is an issue if the partition acquisition duration is longer than the sampling time period T s , because this means that the next time sample is to be acquired while the previous one is still in the process of being acquired. Let T part be the acquisition time of each partition. The acquisition of each partition lasts for N p = Tpart Ts time sampling periods and forbids the acquisition of the next N p -1 time sample. N p -1 additional excitations are required to acquire the full signal. This is called temporal interleaving. Moreover, as the repetition time T R is longer than NT s , the total time acquisition can be rewritten as

T full acq = T R N u N p . ( 3.10) 
Acquiring the whole signal requires N u × N p excitations. Choosing small partitions, which are faster to sample, decreases N p but increases the number of partitions N u , and vice versa.

Time interleaved application to MRSI acquisition

The additional constraint of the noninstantaneous acquisition of a partition requires an update of the proposed algorithm in section 3.2.3.5.2. In the previously proposed algorithm, the assumption of instantaneous acquisition of a partition is equivalent to N p = 1. I u (n) is the index vector that indicates whether the time sample n of the partition u is to be acquired, consequently forbidding any other acquisition at time index n. With the constraint of the duration of one partition, a time sample at position n forbids the N p -1 following sample to be acquired. As an example for N p = 2, if there are two consecutive points to acquire, the acquisition of the first one blocks out the acquisition of the second. This leads to at least two excitations to obtain the two points. By setting
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I + u (n) = Np-1 d=0 I u (n -d) (3.11)
,the number of excitations to acquire the partition u is max(I + u (n)), as illustrated in Figure 3.4. It follows then that the algorithm in section 3.2.3.5.2 requires the replacement of

I u (n) by I + u (n).
To promote the scan of the beginning of the free induction decay where the signal magnitude is maximal, the {p} u are circularly left shifted, if necessary, thanks to Theorem 1.

In the case of a non instantaneous acquisition of a partition, the use of the circular shift theorem is not necessary to speed up acquisition time. Indeed, not using the proposed algorithm leads to the acquisition of the same temporal samples {p} u for all the partitions. Note that this still leads to a gain in terms of acquisition time, as detailed in [START_REF] Karkouri | Time samples selection in spiral acquisition for sparse magnetic resonance spectroscopic imaging[END_REF]. Indeed, SBS leads to an irregular sub-sampling that enable to reduce the number of excitation (i.e the acquisition scan) compared to full and regular sampling, in the case where time entanglement is required to achieve a desired spectral bandwidth. The acquisition scheme for both techniques are the same, but using the proposed algorithm leads indeed to a higher speed up gain.

The steps to fully reconstruct the spectroscopic image y(x, y, f ) are the following:

• determine the time samples {p} u for each partition, through the algorithm in section 3.2.3.5.2 with

I + u (n) instead of I u (n);
• acquire each partition y u (n) for n ∈ {p} u of the k-space;

• apply LS reconstruction on each partition to obtain y u (f ) (Equation (3.3));
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• merge all partitions to get the whole k-f space:

y(k x , k y , f) = ∪ Nu-1 u=0 y u (f );
• apply a two-dimensional nonuniform discrete Fourier transform [START_REF] Fessler | Image Reconstruction Toolbox[END_REF][START_REF] Fessler | Nonuniform fast Fourier transforms using min-max interpolation[END_REF] to reconstruct the spectroscopic image y(x, y, f ).

This is indeed different from the reconstruction process that is done in [START_REF] Karkouri | Time samples selection in spiral acquisition for sparse magnetic resonance spectroscopic imaging[END_REF],

where the spatial domain is reconstructed before the spectral one. Indeed, as all the partition in [START_REF] Karkouri | Time samples selection in spiral acquisition for sparse magnetic resonance spectroscopic imaging[END_REF] are being sampled at the same temporal points given by the SBS algorithm, it is possible to directly merge all partitions after the acquisition to get the full k-t space. Then, the I-t space is generated with a Non uniform Fourier transform followed by a LS reconstruction on each pixel to reconstruct the I-f space.

Note that reproduction of the experiments of section 3.2.3.5.4 with the additional parameter N p shows that N p has similar influence to N u on the speed-up gain. 

Simulation and Results

To compare the fully sampled method with the proposed interleaved time undersampling method, we use 31 P MRSI data, for sparse spectra. A numerical phantom with three compartments as defined in Figure 3.6-a and with different metabolite ratios for each compartment are used. ATP concentration was set to a constant in the whole numerical phantom, but Pi and PCr concentrations vary depending on the compartment. The phantom was based on an vivo acquisition of the quadriceps muscle of a healthy man laying down prone, with a surface coil such that the truncation of the spectral peaks is less than 1 % of the total peak energy. In practice, the resonance frequency of the molecule is always the same and the full width at half maximum depends on the static magnetic field homogeneity which is rather reproducible, so a support can be determined a priori on a simulated realistic spectrum. For the proposed interleaved method, an objective of a best acceleration factor of 4 is used by setting P = 256. As the spiral is not instantaneous in practice, every sample of the spiral is phase-corrected according to the Fourier shift theorem.

For the fully sampled spiral method, the acquisition time is T full acq = 80 s. When applying the algorithm of section 3.2.4.2, this results in an acquisition time T acq = 26 s. The gain in terms of the acquisition time is a factor of 3.08.

The two methods are also compared in terms of the signal-to-reconstruction error ratio (SRER) in decibels (dB)

SRER = 20 • log ||x|| l 2 ||x -x m || l 2 , (3.12)
where x is the original spectrum and x m is the reconstructed spectrum according to Equation (3.3), with both restricted to the spectral support. 

SRER performance for a realistic signal

The results for a realistic simulated numerical phantom are shown in Figures 3.6 and 3.8. Figure 3.6 shows the reconstructed phantom with the use of spiral spatial sampling, for each molecule (i.e., phosphocreatine, inorganic phosphate, adenosine triphosphate). Figure 3.8 shows the reconstructed spectra with the noisy acquisition given, with their respective errors. The T * 2 used for the exponential decay of the free induction decay signal is 100 ms. In a noise-free acquisition, the SRER compared to the original spectrum used for the simulation is 31.6 dB for the fully sampled spiral method and 29.7 dB for the proposed method (averaged on the mask containing all of the pixels of the left ellipse of the phantom). The 1.9 dB SRER loss is due to the truncation of the spectrum. For a noisy acquisition (i.e., complex Gaussian noise with a standard deviation such that signal-to-noise-ratio varies between 12dB and
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22dB in the left ellipse), the SRER, averaged for 10 different generations of Gaussian noise and for all of the pixels in the left ellipse, is of 24.6 dB for the fully sampled spiral method and 19.3 dB for the proposed method.

Reconstruction of the proposed method with the LASSO method

The proposed LS solution is exact for an exactly bounded (known) support. In MRSI, the spectrum is not exactly band limited because each spectral line is Lorentzian (see section 3.2.4.1 for details). In addition, we use a larger support than that known by nuclear magnetic resonance theory, to take into account both spectral line widening and experimental error. Thus, we compare our LS approach with the LS-L 1 regularized method known as the least absolute shrinkage and selection operator (LASSO) [START_REF] Boyko | Sparse signal reconstruction: LASSO and cardinality approaches[END_REF]. We search x with

min x ||y -Ax|| L 2 + γ • ||x|| L 1 .
(3.13)

The L 1 -norm has been used in various applications to promote sparse solutions.

In our approach, this heuristic promotes a sparser solution than that given by the implicit support defined by the columns of matrix A, and regularizes the solution for a not precisely bounded support. We used the cvx code [START_REF] Grant | CVX: Matlab software for disciplined convex programming, version 2.1[END_REF]. The value for the hyper parameter γ, given by the optimal trade-off curve between ||y -Ax|| L 2 and ||x|| L 1 is 0.01.

For the spectrum in Figure 3.9, the noise-free SRER is 18.7 dB for the LS reconstruction and 19.6 dB for the regularized reconstruction.

In the noisy case, given a 20 dB signal-to-noise-ratio (SNR) in the free induction decay, calculated as

SNR = 20 × log( ||x|| l 2 σ ) (3.14)
with x the simulated spectrum, and σ the standard deviation of noise, this results in an SNR of 27.8 dB on the spectrum support. The SRER of the LS reconstruction with 100 realizations of noise is 16.6 dB, giving a loss of 2.1 dB. The SRER of the regularized solution is 18.04 dB. In conclusion the L 1 regularization increases the SRER of 1 dB in the noise-free by recovering some lost energy and tends to decrease the noise, in the noisy case with an increase of 1.7 dB of the SRER over L 2 reconstruction.

The proposed acquisition method significantly reduces the acquisition time compared to a temporal fully sampled case. The reconstruction performed by L 2 minimization might, however, be improved by adding a L 1 regularization term in the minimization. Also, other reconstruction algorithms that require knowledge of the support have been proposed and become interesting in terms of reconstruction performance compared to the L 2 reconstruction when the SNR deteriorates. We mention in particular the approximate message passing for multiple measurement vector [START_REF] Ziniel | Efficient high-dimensional inference in the multiple measurement vector problem[END_REF] or the modified CS-based method for problems with partially known support proposed in [START_REF] Vaswani | Modified-CS: Modifying compressive sensing for problems with partially known support[END_REF] that we successfully applied on the magnetic resonance spectroscopic data (results not shown).

Discussion

Recent studies have focused on both jointly sparse signal recovery and underdetermined systems, because of many real-world scenarios where multiple sensors acquire signals simultaneously such as Distributed Network [START_REF] Wimalajeewa | OMP based joint sparsity pattern recovery under communication constraints[END_REF], and wireless communication [START_REF] Mayer | Exploiting joint sparsity in compressed sensing-based RFID[END_REF]. These studies are MMV problems where the measurement matrix is identical for each acquisition, and in that sense they share similarities with our application. MMV-based reconstruction algorithms include mixed norm minimization methods [START_REF] Shane F Cotter | Sparse solutions to linear inverse problems with multiple measurement vectors[END_REF], greedy pursuit methods [START_REF] Wimalajeewa | OMP based joint sparsity pattern recovery under communication constraints[END_REF], Bayesian-based MMV reconstructions [START_REF] Ziniel | Efficient high-dimensional inference in the multiple measurement vector problem[END_REF].
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The proposed method cannot be classified as one of these CS-based methods. Our approach is specific to a priori known supports and overdetermined systems. The reconstruction process of our method consists of a LS minimization. One of the main difference between CS and the proposed method is the choice of the samples. We choose the samples with the SBS algorithm, and these are irregularly spaced. This selection of samples is carried out only once before the signal acquisition. The acquisition of an other signal with the same spectral support does not require another run of the proposed algorithm. Any other acquisitions result in low computational cost. In contrast, the complexity of CS-based reconstruction algorithm is related to the signal reconstruction process, especially due to the spectral support search for greedy algorithms, or due to the regularization implementation. The samples are randomly selected and this does not contribute to the overall complexity.

Randomly choosing the samples would not change the proposed acquisition architecture, but we do not control the trace amplification (or the noise magnification) in this case. With randomly selected samples, the SRER decreases [START_REF] Merhej | Fast multidimensional NMR spectroscopy for sparse spectra[END_REF].

The method has been applied on phosphorus MRSI with a home made numerical phantom miming real phosphorus CSI data in the calf muscle. MR acquisition parameters have a major importance on data quality and noise. Indeed, spatial resolution, spiral duration, spectral bandwidth, the number of partition and the repetition time but also and this is often the case relaxation T * 2 time of each metabolite, have a major importance on the data quality. In practice, it is also necessary to average the spectra to get enough Signal to Noise ratio (SNR), i.e do the same acquisition multiple times which in practice implies that the subject does not move, that the carrier frequency does not move, etc... which is a strong hypothesis. The relaxation time T 1 not discussed here has also its importance and, for phosphorus metabolites, T 1 can be quite long, and implies to favor long repetition time T R . The T 2 of phosphorus metabolites is quite short, especially for ATP resonances, which is a limitation in practice, because it is necessary to sample the signal as much as we can directly after the excitation pulse. Finally, the spectral bandwidth (defined as 1/T s ) is related to acquisition time, the smaller the spectral bandwidth is, the shorter the acquisition time will be. Therefore, it is better to use a small bandwidth, but on the other hand, this makes the spectrum less sparse. Because of low SNR, and particularly for phosphorus applications, the spatial resolution cannot be very high (matrices of 8 × 8 or 16 × 16 with a FOV of 20 cm are preferably used), which reduces the number of partitions. All these parameters, which are key in a real implementation, are being studied more deeply in the next chapter.

82

Chapter 3 Time undersampled acquisition for multidimensional sparse signals with application to magnetic resonance spectroscopic imaging

Conclusion & Perspectives

A new method of acquisition of interleaving time samples in undersampled signals is proposed here to speed up acquisition times. For multidimensional spatial signals, assuming that each spatial point has a known sparse spectral support, the SBS-based undersampling can be chosen such that the noise amplification is minimized with LS reconstruction. The spatial domain is divided into several partitions. We show that a circular shift of the selected samples does not change the reconstruction error. The proposed algorithm searches for the best circular shift of the undersampling of each partition to reduce the total acquisition time by interleaving the partition samples in the time domain. The proposed algorithm is applied here to MRSI and takes into account real implementation constraints. The time acquisition is reduced by a factor of 3.08 but the signal error increases by 5 dB in a realistic noisy acquisition.

Magneto-encephalography can also be considered here, as an inverse problem used for brain imaging [Phi+97; Gor+95]. Magneto-encephalography signals come from activated regions in the brain. Taking several signals over time enables the magnetic response of the brain to be followed over time. The activated regions could be a priori known thanks to the knowledge of brain functional structure, and our method can be applied.

A future goal will be to apply this method to exercise dynamics 31 P applications, accurate fat/water quantification, and 1 H MRSI or hyperpolarized 13 C studies.

Under-sampled spiral spectroscopic imaging sequence has been implemented and tested on a real MR system, what is described in the next chapter. Note that the algorithm, that has been detailed in this chapter, is not used in the implementation in the following chapter. In the following, the under-sampling is done only by using the SBS algorithm, without optimising the sampling pattern by circular shifting all the partition" that is to say that every partition has the same under-sampling pattern -or again, the choice of the temporal samples will be the same for all partitions.
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Introduction

The thesis project is about muscle energetic metabolism exploration by the mean of 31 P MRS and MRSI. Parallel to theoretical developments detailed on chapter 3, sequence developments were performed for immediate clinical applications in the context for example of the protocol SPECTROAOMI detailed in chapter 5, on localized spectroscopy. An other objective was to implement the MRSI method developed and explained in chapter 3 on a clinical scanner. This chapter is divided into two sections. The first one details the sequence developments done for localized 31 P MRS, followed by the implementation of the fast spiral undersampled MRSI sequence.

Considering the chronological sequence of the work carried out during this thesis, the implementation of the different MR sequences were done in parallel to methodoligical development detailed in the previous chapter. For this reason, the method in [START_REF] Karkouri | Time samples selection in spiral acquisition for sparse magnetic resonance spectroscopic imaging[END_REF] has been implemented here, relying on an under-sampling of the temporal dimension of the FID, with the same under-sampling and choice of samples for all partitions, given by the SBS algorithm. The SBS algorithm has therefore been implemented, but not the algorithm proposed in chapter 3. Thus, the reconstruction process differs in the fact that, in the case of an under-sampling, the spatial dimension is reconstructed before the spectral dimension. Due to practical constraints, a challenge while implementing and testing the sequence was the low SNR, low sensitivity, particularly in the case of phosphorus application. Even with an uniform and conventional spiral MRSI, the choice of parameters such as T R , slice thickness, spatial resolution has to be properly done in order to have data of enough quality. In the theoratical point of view, detailed in the previous chapter, no detail has been given such as how to choose the acquisition parameters, but more details on the sequence implementation, and on the choice of acquisition parameters, will be given here. 

B 1 Insensitive Train pulses to Obliterate signal outside of region of interest

The BISTRO module consists in the application of a train of increased amplitude of adiabatic full passage (AFP) hyperbolic secant pulses, with an increase following a hyperbolic secant function, and placed before the excitation.

With n the total number of pulses and i = [1 : n] the pulse number, the ith pulse can be written as

B 1i (t) = B 1max × sech[β(1 - 2t T p )] × sech[β(1 - i -1 n -1 )]. (4.1)
where T p is the duration of the pulse and β a truncation factor chosen such that sech(β) = 0.01.

BISTRO characterization

Using Bloch equation propagation, simulations of the pulse behaviour regarding its B 0 , B 1 -inhomogeneity, and pulse amplitude were done. The hyperbolic secant pulse used was the HS8-R20. Its phase, spectrum, longitudinal magnetization and transverse magnetization are shown in figure 4.1. Transversal and longitudinal magnetization obtained for the application of 2 different bandwidth are shown in figure 4.2. These simulations show that the pulse is frequency selective and robust within its defined bandwidth. The excited bandwidth is quite uniform and is therefore what interests us for our applications and experiments. Indeed, we will not reach the adiabatic condition for these pulses (too power demanding) but we will use these properties to excite and saturate uniformly the defined bandwidth. The bandwidth is dependent on the pulse duration, because the time samples of the pulse are fixed. Morever, this pulse results in an uncoherent phase magnetization, which improves its saturation efficiency. 

Material and methods

A Siemens water phantom has been used for the proton application. A standard CSI sequence was used with a Flip angle of 90°, T R of 1.5 s, 2 averages, a matrix size of 16 x 16 and a FOV of 30 cm, with a head surface coil. The BISTRO OVS module was composed of 6 RF hyperbolic secant pulses of 7.86 ms durations, corresponding to a 2722 Hz pulse bandwidths. The 6 RF hyperbolic pulses were of rising amplitudes.

The last pulse of the module, the sixth, has a maximum flip angle of 90°. It has been compared with a standard OVS module composed of one cardinal sinus RF excitation pulse with a 90°Angle and a 12 kHz bandwidth.

Experimental results on phantom

The results on proton spectroscopic imaging of the effect of the saturation bands are shown in figure 4 

Discussion

The BISTRO module has been implemented on the Siemens plateform for OVS saturation and compared with a more commonly used cardinal sinus based OVS. It proved to be more efficient when being tested on a standard CSI sequence, with a better saturation efficiency than a standard OVS module. The implemented BISTRO module has thus been used in the 31 P MRS clinical protocol SPECTROAOMI detailed in chapter 5. For this purpose, the module has been added to a spatially non-localized FID sequence.

Fast spiral MRSI sequence development 4.3.1 Principles of a spiral trajectory

Conventional spectroscopic imaging relies on a phase encoding scheme in which the k-space is sampled following a cartesian grid. During the acquisition, no gradient is played in order to acquire the spectroscopic information of the FID signal. Data is thus reconstructed with a Fourier transform of each sampled k-space over time. This method results in a very long acquisition times which limits its application in clinical practice. In spectroscopy, repetition times are often long, so if for example we have a T R of 2 s, acquiring a 32 × 32 CSI image would lead to an acquisition time of around 34 min for a single slice. In terms of SNR, this method is very efficient but the PSF for this type of scheme presents side lobes (cf chapter 2) that have to be kept in mind, because the voxels of the resulting spectroscopic image will be contaminated by nearby voxels. This problem becomes of more and more importance as the spatial resolution becomes lower.

Spiral spectroscopic imaging allows the simultaneous encoding of the spatial and spectral dimension of the k-t space. During the acquisition, several k-spaces or partitions of k-spaces are acquired over time. It results in a much lower acquisition time and a lower SNR than conventional encoding. Depending on the applications, it is sometimes necessary to average the acquired signal over several acquisitions to obtain sufficient SNR. For the same example of a T R of 2 s and a grid of 32 × 32, the minimum acquisition time would be of 20 s (for a slew rate of 150 mT/m/ms) for one average and one slice. For proton applications, the SNR is often high enough to do only one average (for water-fat applications), but for x-nuclei applications such as 31 P for example it is necessary to accumulate several times (around 10 times to see all phosphorus metabolites). However, for spectroscopic 1 H applications, averaging could lead to a high spatially resolved proton metabolite quantification.

Several works have been done on spiral trajectories and many types of spiral trajectories exist. It is possible either to begin the spiral from the k-space center or from the k-space edges (in-out spiral and out-in spiral). The shape of the spiral can either be uniform or with a variable density [START_REF] Gary | Simple analytic spiral k-space algorithm[END_REF][START_REF] Kim | Simple analytic variable density spiral design[END_REF]. Using variable density spirals can be useful for example to oversample the center of the k-space and sample less the edges, which can be of interest for applications with short T 2 values for example. It can also be used to oversample the edges of the k-space, which will affects the high frequencies of the image and increase the details. Note that in the case of MRSI, several k-spaces are acquired over time, so it is necessary to return to the k-space center before launching the next spiral. Gradient rewinders are therefore required.

For our application, we have implemented spirals with uniform density variations [START_REF] Gary | Simple analytic spiral k-space algorithm[END_REF] on Siemens Prisma 3 T Scanner.

Constraints of spiral trajectories

Spiral trajectory designs are limited by hardware constraints such as the gradients slew rate and maximum amplitudes. Other physical constraints complicate the CSI reconstruction like B 0 inhomogeneities, eddy currents, delay times between the ordering of the launch of the spiral or the acquisition and the actual launch of the spiral or the acquisition. A robust reconstruction process should take all these constraints into account. A way to reduce their effects is to use short spirals for example.

The reconstruction process includes an interpolation from the acquired k-space points to a cartesian grid, density compensation, filtering.

Spiral trajectory design

Spirals with uniform density were implemented following the Glover algorithm [START_REF] Gary | Simple analytic spiral k-space algorithm[END_REF], based on archimedian spirals.

The Archimedian spiral trajectory is defined as:

k(τ ) = λτ e iωτ (4.2)
where k(τ ) = k x (τ ) + ik y (τ ) corresponds the complex location in the k-space.

The gradient waveform is given by:

g(t) = 2π γ dk(t) dt = 2π γ λ dτ dt (1 + iωτ )e iωτ (4.3)
where γ is the gyromagnetic ratio.

The slew rate is the derivate of the gradient waveform and is therefore equal to:

4.3 Fast spiral MRSI sequence development s(t) = dg(t) dt = 2π γ λ[ d 2 τ dt 2 -ω 2 τ ( dτ dt ) 2 + iω(τ d 2 τ dt 2 + 2( dτ dt ) 2 )]e iωτ (4.4)
There are two cases in this algorithm. As an increasing spiral which begins from the center of the k-space to the edges is wanted, the gradient waveforms amplitudes have to be increasing. The first case corresponds to the time when the maximum gradient amplitude has not been exceeded, and we are only using the maximum slew rate to sample the k-space as fast as possible. In this case, we have:

g(t) = i 4π 3γ λ( 9β 4 √ ω ) 2/3 t 1/3 e iω( 9β 4ω 2 ) 1/3 t 2/3 (4.5)
with β = γ 2πλ S 0 and S 0 the maximum gradients slew rate [START_REF] Gary | Simple analytic spiral k-space algorithm[END_REF].

If the maximum gradient amplitude G 0 is exceeded before the end the spiral trajectory design, we move to the other case, the gradient amplitude limited case. We have:

g(t) = G 0 ( 1 ωτ 2 (t) + i)e iωτ 2 (t) (4.6)
with τ 2 (t) equal to:

τ 2 (t) = γG 0 πλω (t -T g ) + τ 2 s (4.7)
and T g the time corresponding to the moment the maximum gradient amplitude has been reached.

The use of spatial interleaves is possible and enables to improve SNR as the spiral length will become shorter. In the case of spatial interleaves, the k-space is sampled with several spirals as shown in 

g xi (t) = g x1 cos( 2π N spat (i -1)) -g y1 sin( 2π N spat (i -1)) (4.8) g xi (t) = g x1 sin( 2π N spat (i -1)) -g y1 cos( 2π N spat (i -1)) (4.9)
where N spat is the total number of spatial interleaves and i = [1, N spat ].

Gradient rewinders are played out after the end of the spiral in order to return to the k-space center. In MRSI, we would have sinusoidal gradient waveforms one after an other in order to sample the (k x , k y , t) space.

Figure 4.4 shows the spiral trajectory in the k-space for the first, second and sixth interleave, in the case of a matrix of size 64 × 64, a FOV of 20 cm, a max slew rate of 150 mT/m/ms and 12 spatial interleaves. The corresponding PSF is also shown.

Spiral under-sampled magnetic resonance spectroscopic imaging

In MRSI, k-space domain, and time domain need to be sampled. More precisely, several k-spaces over time need to be sampled. This enables to encode the spectroscopic dimension. The spectroscopic bandwidth has to be defined such that all the wanted metabolite resonant frequencies can be detected. Typical spectroscopic bandwidth for proton spectroscopy at 3 T is 2000 Hz. As a spiral is not instantaneous, and the temporal spectroscopic resolution can be smaller than the length of the spiral, 4.3 Fast spiral MRSI sequence development temporal interleaves are often needed. This implies applying a delay before the acquisition of the spiral train, proportionally to the temporal resolution.

If we call T res the temporal resolution of the FID signal sampling, it is related to the bandwidth as T res = 1/BW. Let N temp be the number of temporal interleaves, then we have:

N temp = T spir T res (4.10)
The number of signal acquisition N acq that has to be done depends on the number of temporal interleaves and spatial interleaves: The duration T spir is sassumed to be too long to reach the desired spectroscopic bandwidth.

N acq = N spat × N temp (4.11)
Table 4.1 illustrates the relationship between all the spiral MRSI parameters with the number of acquisition. Note that the smaller the temporal resolution is, the smaller 96 Chapter 4 Sequence implementations and optimisations

We then have N acqsbs ≤ N acq .

As seen in chapted 3, the reduction factor cannot be higher than N/P . The higher the reduction factor is, the lower the Signal to Noise Ratio is likely to be.

Non-cartesian image reconstruction

Non-cartesian sampling schemes are known to be less sensitive to motion (for example for radial or spiral sampling), and to sample more efficiently the k-space, to access very short echo times, and therefore detect metabolites with a very short T * 2 . Their nature requires dedicated image reconstruction algorithm, as a standard inverse Fourier transform cannot reconstruct the MR data. Several non-cartesian reconstruction methods exist. Gridding methods consist of a projection of the acquired data points in the k-space into a cartesian grid. Then an inverse Fourier Transform is applied to reconstruct the image domain. Most gridding methods use a Kaiser-bessel kernel [START_REF] John I Jackson | Selection of a convolution function for Fourier inversion using gridding (computerised tomography application)[END_REF] which is a convolution kernel going through the k-space trajectory and assign a weight to grid points according to their distance to the sampled points. This is also the convolution kernel used in image reconstruction in this Thesis.

An other reconstruction method that has been used in this thesis, particularly in the part detailed in the previous chapter, was the Non-Uniform Fast Fourier Transform method (NUFFT). This method takes into account the irregular distribution and the sparsity of the trajectory in k-space. In [START_REF] Fessler | Nonuniform fast Fourier transforms using min-max interpolation[END_REF], NUFFT has been improved. Pr. Jeff Fessler developed an algorithm available online called image reconstruction toolkit ( [Fes]) and that is what we use in this thesis. The principle of NUFFT extends the regular Discrete Fourier Transform (DFT) expression as

X k = N t=1 x(s t ) exp(-2iπkn/N ) (4.12)
where X k is the non uniform fourier transform of x evaluated at samples s t . The spacing between samples s t is not uniform. The NUFFT algorithm has been compared with the Kaiser-Bessel gridding method [START_REF] Gordon E Sarty | Direct reconstruction of non-Cartesian k-space data using a nonuniform fast Fourier transform[END_REF] and it has been found that they were two similar techniques, as the NUFFT algorithm is actually the same as a Gaussian kernel gridding method [START_REF] Gordon E Sarty | Direct reconstruction of non-Cartesian k-space data using a nonuniform fast Fourier transform[END_REF].

These image reconstruction methods are often combined with density compensation functions, in order to weight each sample of the trajectory before gridding [START_REF] Kenneth | Convolution kernel design and efficient algorithm for sampling density correction[END_REF].

Several density compensations can be used such as a linear one, or a Voronoi diagram [START_REF] Voronoi | Nouvelles applications des paramètres continus à la théorie des formes quadratiques. Deuxième mémoire. Recherches sur les parallélloèdres primitifs[END_REF][START_REF] Wasim | A gridding algorithm for efficient density compensation of arbitrarily sampled Fourier-domain data[END_REF]. The Voronoi diagram based density compensation function computes a partition of a spatial domain given the samples points and their distribution over space. This results in many regions called "cells" which area decreases as the number of neighbouring samples increases. The weight will thus be higher for samples close to the edges than samples in the center. In this thesis, the voronoi diagram has been used for density compensation (figure 4.6). Sequence implementation of the final spiral under-sampled MRSI sequence has been done in several steps. 1) First, the objective was to do spiral imaging with a slice selective sinus cardinal excitation pulse followed by sinusoidal gradient waveforms (in the readout and phase directions) sampling one k-space with a spiral, or multiple ones in the case of the use of spatial interleaves.

A) B)

2) Then, a train of gradient waveforms sampling several k-spaces over time, with a temporal resolution equal to the length of one spiral, has been implemented to get MRSI acquisitions with low spectral resolution.

3) To increase the spectral resolution, temporal interleaves were then implemented to finally reach the final goal of implementing the spiral under-sampled MRSI se-

4.3 Fast spiral MRSI sequence development
quence with a temporal selection of samples with the SBS algorithm.

At each step of the implementation, tests were done on a water phantom and validations had to be made to go to the next step. The first objective was to be able to properly reconstruct an image, and then reconstruct a spectrum when a train of spirals has been used. Details about sequence implementation and problems encountered are given in next sub-sections.

Under-sampled spiral MRSI sequence development on IDEA

The sequence has been developed under Siemens' Integrated Development Environment for Applications (IDEA) software. A sinus cardinal pulse combined with the slice selective gradient, followed by a refocusing gradient are used before the spiral train is played. The sequence was tested on a Prisma 3 T scanner (max slew rate = 200 T/m/sec and Max Gradient amplitude G max = 80 mT/m). Gradient rewinders were used at the end of each spiral to return to the k-space center. Spoilers in each axes were added at the end of the spiral train. The spectral bandwidth BW sets the spectroscopic temporal resolution T res . The matrix size M s and the number of spatial interleaves N spat set the duration of one spiral T spir .

The number of temporal interleaves N temp can then be calculated as well as the total acquisition time T acq which depends on the Repetition Time (T R ):

T acq = T R × N spat × N temp (4.13)
The impact of the different spiral MRSI parameters on the acquisition time are illustrated in table 3.1.

The SBS algorithm (see section 3.2.3.2) was embed in the IDEA code and takes as inputs the frequency support, the vector size N pts and the reduction factor for under-sampling which can be set by the user in a Special Card. It outputs then the temporal samples to acquire. The frequency support depends on the applications and can be properly chosen from a global spectrum obtained from a spatially non-selective FID sequence.
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Chapter 4 Sequence implementations and optimisations Switches also enables to use the sequence as a spin-echo sequence, to do B 1 and B 0 maps or to turn off one or two gradients, for example for k-space trajectory estimation. Indeed, k-space trajectory calculation can be made by switching on and off the readout and phase gradients, within one or two slice as in [START_REF] Jeff H Duyn | Simple correction method for k-space trajectory deviations in MRI[END_REF][START_REF] Tan | Estimation of k-space trajectories in spiral MRI[END_REF] or within 4 different slices, for a more accurate trajectory estimation as in [START_REF] Zhang | A novel k-space trajectory measurement technique[END_REF]. 

Fast spiral MRSI sequence development

Technical constraints

In order to reduce technical problem during the preparation and the launch of the sequence on a MR system, some specific implementation had to be done.

A small delay is applied before the launch of the spiral train, to be sure that the ADC does not launch while the refocusing gradient is still running and being acquired. In the case of the use of spatial interleaves, the same scheme is repeated, with a rotation of the gradient waveforms proportionally to the number of spatial interleaves. If temporal interleaves are needed, the scheme is also repeated with an additional delay on the application of gradients, proportionnally to the temporal spectroscopic resolution chosen in the 'Special Card'.

The goal is to sample a number of temporal points, with spirals sampling a k-space, or a partition of it in case of spatial interleaves. The vector size is chosen in the user interface window and with a defined spectroscopic temporal resolution. The delay between one ADC and another has to be proportional to this temporal resolution. One ADC per spiral is used. The maximum ADC length seems to be of 16384 sample points (in IDEA), that is why we opted for one ADC per spiral because we have a lot more than 16384 points to sample (with all the spirals). An "ADCSet" (for clock synchronization) is played at the beginning of each ADC.

Two modes are available: The full sampling mode and the under-sampling mode. A dead time is necessary and is added in the case of an under-sampling between ADCs. This dead time is proportional to the spectroscopic resolution and will therefore enable to sample irregularly and temporally k-spaces given the prior selection with the SBS algorithm (see figure 4.10). In the case of a full sampling, no additional dead time between ADCs is required as we sample every time points at a given spectroscopic resolution. However, an additional delay is played after each ADC, so that we are sure that every time points we sample will be proportional to the chosen temporal spectroscopic resolution. The timing is incremented each time an ADC is run.

To calculate the T R fill we remove from the wanted T R the length of each ADC, the length of the slice selective gradients and the refocalization gradient, and of all the introduced dead times. The ADC header is filled with all relevant information.

In the run loop (loop that executes the scanning in the MR scanner), a loop for averages including one for spatial interleaves and one for temporal interleaves are used. Each of the relevant numbers are stored in the Measurement Data Header (MdH): spatial interleaves, averages, temporal interleaves and ADC number. In the case, of spatial interleaves, the gradients are rotated according to the number of spatial interleaves at each step of the spatial interleaves loop.

1 H In vivo experiments

Material and methods

For 1 H experiments, a surface coil 1 H/ 31 P Tx/Rx placed under the calf muscle of the volunteer placed in supine position was used for the experiments. The MR system was a 3 T Siemens Prisma. 1 H acquisitions were done with a T R of 1 s, a bandwidth of 2000 Hz or 3300 Hz for reconstruction of spectra (containing water and all lipid resonance frequencies). Matrices were set to 128 x 128, with a Field Of Vew (FOV) of 20 cm, a slice thickness of 2.5 cm or 4 cm and 4 dummy scans. No averages were done. A reduction factor of 3 has been used for the under-sampled spiral CSI. The spectral support has been chosen such that it included the main lipid frequency peak and the water peak.

Reconstruction method

The reconstruction pipeline is given in figure 4.11. After reading the raw data, a gridding algorithm is performed to reconstruct the 2D spatial dimension. Afterwards, a 1D FFT is done to reconstruct the spectrum for each pixel in the case of a uniform sampled MRSI acquisition and a LS reconstruction in the under-sampled case. Finally, a quantification is done using a mono-exponential fit on a home made MATLAB routine to extract metabolite and T * 2 maps. 

Conventional spiral MRSI 1 H In vivo results: spectroscopic artefacts

In this part, no under-sampling is being considered. Indeed, 2 methods are compared, the conventional and non-undersampled spiral MRSI sequence. Note that an SBS-based undersampled spiral MRSI sequence will be shown and discussed in a further section. At one point of the implentation, problems were encountered with the use of the implemented spiral MRSI sequence that we still have, at the end of the thesis project, for 1 H experiments. In order to understand and reduce the artefacts that we see on our experiments, many tests were done. Here, we present results showing the actual state of the problem.

Results shown in figure 4.13 and 4.14 were obtained in experiments on the calf of a healthy man of 37 years. Detailed parameters of the acquisitions are given on Figure 4.12. In this experiment the number of temporal interleaves was 13 and the number of spatial interleaves was 26. This corresponds to 13 delays applied at each train of gradient waveforms to sample the whole 1024 time points wanted. On one spiral train we will then have around 1024/13 spiral sampling 1024/13 k-spaces at specific time points.
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(a) (b) (c) (d) 

In vivo results: observations

In figure 4.13, the reconstructed spectra for pixels in the muscle and a voxel containing fat are shown. We can see the spectroscopic artefacts: Unwanted peak replications are in the spectra.

Study and modeling of artefacts

In order to understand why these peak artefacts occur, we studied the module, phase of the signal corresponding to this artifact signal through an approach to model the artefacts. Figure 4.14 shows, for one pixel, the magnitude, spectrum of the whole When we represent the signal magnitude (Figure 4.14), the phase or spectra of each temporal interleave, we do not detect any issue or artefact (i.e within one spiral train). The signal seems coherent. However, the signal is not coherent for one interleave with an other. We can see a magnitude issue from one to an other, as well as a phase issue. They don't seem to have the same zero and first order phase. The first temporal interleave appears to have the most significant difference with the other ones, in amplitude and phase.

(a) (b) (c) (d) 
In order to model the artefacts, we used the HLSVD algorithm (available on the jMRUI software, java Magnetic Resonance User Interface, version 5.0) applied on the whole signal. With the help of the HLSVD decomposition, we were able to extract the signal only coming from the artefacts (Figure 4.15). Then, we were able to look at each temporal interleave in this signal by plotting only the signal every 13 points, 13 being the number of temporal interleaves. As already seen, we observed that the first temporal interleave had the most significant impact on the artefact, the other temporal interleaves were impacting it less. We can look at the modelled signal and the corrected signal by applying the original one minus the modelled artefact signal on figure 4.15.

The zero order phases of the signals from each spiral train are different, especially the zero order phase of the first spiral train, with respect to the others. By correcting the zero order phase of all the temporal interleaves, we were able to reduce even more the artefacts. To find the optimal zero order phase to apply, we implemented an algorithm that searches for the zero order phases that minimize the artefacts based on a simulated annealing algorithm optimization looking for these phases, with MATLAB. 

Discussion and Comments on observed artefacts

When no gradient is played out, we see the same issue, so this is not a k-space trajectory problem. The higher the number of interleaves, the higher the number of artefacts, thus the artefacts are linked to temporal interleaves When the SNR decreases the signal of interest is of the same order of magnitude as the artefacts. Artifact peak magnitude is not related to the number of temporal interleaves. In fact, magnitude and phase jumps between each temporal interleaves.

Our hypothesis to the cause of this problem are

• first the ADC numeric filter, that can affect our received signal.

• Maybe as well, there is an ADC opening delay. Each ADC may not open at the proper time, the dead time may vary from one ADC to the other.

• The ADC phases is maybe not well managed in the code. The fact that no ADCNeg is played could be a mistake.

• This is surprising that the first temporal interleave is the most different from the other (in terms of order 0 phase, signal amplitude). It seems really different from the others. We have been thinking of some kind of steady state effect, but before all our acquisitions, we do 4 dummy scans.

• Further tests will include changing the ADC dwell time, to see if the digital filter has an impact on the reconstruction. K-space trajectory measurements 4.3 Fast spiral MRSI sequence development are going to be done as well in order to be sure that the center of the k-space is sampled at each spiral's start.

• As the spiral spectroscopic imaging readout is demanding in terms of gradients and scanner hardware, slow frequency drifts over times are induced and are a problem if RF excitation pulses are used [START_REF] Bogner | Real-time motion-and B0-correction for LASER-localized spiral-accelerated 3D-MRSI of the brain at 3 T[END_REF]. Maybe it is necessary to use interleaved navigators to correct those frequency drifts [START_REF] Bogner | 3D GABA imaging with real-time motion correction, shim update and reacquisition of adiabatic spiral MRSI[END_REF].

1 H In vivo for fat-water and proton metabolite quantification

Previously seen artefacts were reduced by increasing the SNR and increasing the slice thickness. Inside the muscle, the SNR is higher than in the periphery, so the artefacts are less significant. It was therefore possible to analyze 1 H MRSI data. Both sequences, conventional and under-sampled spiral MRSI, were tested with a spectral bandwidth of 2000 Hz and a slice thickness of 4 cm. The acquisition times were of 3 min and 32 s for the conventional spiral MRSI and 1 min and 48 s for a matrix size of 128 × 128, 26 spatial interleaves, which results in a gain in terms of acquisition time of around 2.

Additional tests were done, with a lower spatial resolution (matrix size of 64 × 64, 12 spatial interleaves) and more accumulations (5 averages), in order to possibly assess small proton metabolite concentrations. This has been done only in a conventional spiral MRSI acquisition and resulted in a total acquisition time of 6 min and 4 s. In figure 4.18, the raw spectra and the estimated one, on water and fat only, for one pixel of the calf muscle can be seen and for both full and under-sampled methods. The estimated parameters (for the estimated spectrum from the red cross shown in figure 4.18) were, for the full case, 4.66 ppm for the frequency of water, 1.54 ppm for fat, 2.78 × 10 -5 for the water amplitude, 6.03 × 10 -6 for the fat amplitude, which corresponds to a fraction (water over fat) of 4.63. Estimated dampings were of 49.3 Hz for water and 44.3 Hz for fat. For the under-sampled case, the estimated frequencies were 4.64 ppm for water, 1.51 ppm for fat, the estimated amplitudes of 7.17 × 10 -7 for water and 1.54 × 10 -7 for fat, which corresponds to a ratio of 4.66. Finally, estimated dampings were 54.8 Hz for water and 43.9 Hz for fat. 

Discussion of 1 H experiments

In the context of this thesis, 1 H experiments were first done because the SNR is higher than x-nucleus applications which ease sequence development. Many problems have been encountered and the still unresolved issues are the peak replications artefacts (in the case of a conventional spiral MRSI). These artefacts prevented us to do high, clean spectrally and spatially resolved 1 H MRSI to quantify proton metabolites of small concentration as seen in figure 4.19 because the artefacts are of the same amplitude (or higher) as of the small concentration 1 H metabolites such as creatine or TMA. The under-sampled spiral MRSI sequence would not suit for this type of application because the spectral support of interest would become too large if we want to look at all proton metabolites' resonances.

As explained in a previous section, the lower the bandwidth is, the lower the number of temporal interleaves are going to be, but the less sparse the spectra will be as well with respect to the spectral bandwidth used for spectral representation. For our developed fast under-sampled spiral MRSI method, which assumes a sparse 4.3 Fast spiral MRSI sequence development spectrum, this is a limitation that prevents its application in the case of a spectrum support length equivalent to the full bandwidth length. However, this under-sampled spiral MRSI sequence proved to be interesting in the case of fat-water applications, when the spectral support will contain only the main water and lipid peak resonance frequencies: it has the advantage, compared to IDEAL/mDIXOn sequences, of providing T * 2 measurements of the lipid peak. 

. Introduction and constraints due to phosphorus applications

The first goal of the development of the prosposed under-sampled spiral MRSI sequence was to apply it on phosphorus CSI. Phosphorus applications suffers from low SNR and low sensitivity. It implies to use a spatial resolution much lower than for proton applications, a longer repetition time, and fewer partitions or spatial interleaves. Morever, the gyromagnetic factor of the phosphorus nucleus is smaller than proton nucleus, and therefore, the gradients waveforms designing the spiral k-space sampling change. They become longer as well as the spiral duration. In other words, for the same spatial resolution, and the same gradients amplitude and slew rate, the time to sample one k-space will be longer in the case of a phosphorus application. Therefore, more temporal interleaves would be needed for the same spectral bandwidth, and longer the acquisition time would be as well.

The spectral bandwidth was chosen here such that it contains all phosphorus resonances, from inorganite phosphate to beta-ATP, which corresponds to a spectral bandwidth of 2000 Hz at 3 T. The spectral support was chosen such that it contains Pi, PCr and gamma-ATP resonances, and composed of 2 blocks, one centered on the Pi resonance, large enough to take into account the Pi resonance frequency variations due to pH variations during an exercise, and another block containing PCr and gamma-ATP resonances. It was chosen manually during the acquisition (in the user special card) and its size was around 260 frequency points (for a total of 1024 frequency points in the spectral bandwidth). A reduction factor of 3 was therefore chosen for the under-sampled acquisitions (N/P ≈ 3.9).
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Material and methods

A surface coil 1 H/ 31 P Tx/Rx placed under the calf muscle has been used for the experiments. For dynamic 31 P measurements, isometric plantar flexions of the calf muscle were periodically operated using an MR compatible ergometer (Trispect, Ergospect, Innsbruck, Austria). This system allows us to trigger the acquisition at the resting period between exercise, to control and monitor the intensity of the exercise. The protocol consisted in 40 s of rest, 2 min exercise (one push every 2 s) and 4 min rest. Both conventional and under-sampled spiral CSI sequences were run one after an other.

A volunteer positioned supine, with the coil placed under the calf muscle, underwent a protocol including, previous to 31 P experiments, a dixon sequence acquisition to refine the localisation for proper localization (Flip angle 9°, T R 4.1 ms, T E 1.4 ms, matrix size 118 × 192, FOV 169 × 206 mm 2 ).

Careful shimming was previously achieved for all spectroscopy acquisitions with a box containing the calf muscle of interest, avoiding sub-cutaneous lipids.

4.3.11.3. 31 P protocol: 31 P-Spiral CSI conventional and under-sampled First, 31 P experiments at rest were made using a non-localized 31 P-MRS sequence with a T R of 4 s, and with matrices size of 8 x 8, as well as with a 31 P-CSI double phase encoding sequence. For the latter, the FOV was set to 20 cm, and the slice thickness to 6 cm (table 4.2). 10 accumulations have been done and 4 dummy scans were used prior to scanning for a final acquisition time of 4 min 32 s. Finally, a 31 P-CSI spiral sequence and an under-sampled 31 P-CSI spiral sequence with the same acquisititon parameters were performed at rest. The resulting acquisition times were 2 min 56 s for the conventional spiral CSI sequence and 1 min 36 s in the under-sampled case, which results in a gain in the terms of acquisition time of a factor of 1.8.

Dynamic 31 P experiments were done with an isometric flexion movement. No pedal activation was possible by the volunteer in order to prevent movements during the acquisition. The pedal of the ergometer was blocked by imposing a manual and maximal pression of 5 bars in order to reduce volunteer motion amplitude and residual motion outside the exercice periods. The T R used for dynamic experiments was 4 s for the FID non selective standard exercise, and 2 s for the conventional spiral CSI and under-sampled for the under-sampled spiral CSI. The bandwidth for proper 31 P spectra reconstruction has been set to 2000 Hz. The number of temporal interleaves was 4 for the conventional spiral CSI and 2 for the under-sampled spiral CSI, which lead to a resolution between full spectra of 8 s in the conventional case and 4 s in the under-sampled case. Matrix size was of 8 x 8, with a 20 cm FOV and 6 cm slice thickness.

Data processing and analysis

The whole reconstruction process is done on MATLAB (The MathWorks) and JMRUI (java Magnetic Resonance User Interface, version 5.0). After data reading, as a spiral is not instantaneous in practice, every sample of the spiral is phase-corrected according to the Fourier shift theorem. Thus, a gridding is done for each sampled k-space. The spatial domain is thus reconstructed. Each image is interpolated into a 16 × 16 grid by zero filling the k-space. Voxels from the same muscle are then averaged to increase SNR. Along the temporal dynamic dimension, a denoising procedure is done using a Singular Value Decomposition (SVD). The denoising procedure is done on spectra along the temporal dynamic dimension [START_REF] Zhu | Magnetic resonance spectroscopic imaging reconstruction with deformable shape-intensity models[END_REF].

In the conventional spiral CSI case, a 1D FFT is done to reconstruct the spectra for each pixel. In the under-sampled spiral CSI case, a Least Square reconstruction is done to reconstruct the spectra (as proposed in chapter 3). A zero order phase and a time shift had to be processed on the signal from each pixel for proper quantification. Each spectrum was further analyzed and quantified using the jMRUI software with the AMARES (advanced method for accurate, robust, and efficient spectral fitting) fitting routine. PCr and Pi amplitudes and frequencies were quantified in order to extract the PCr constant recovery time and the pH evolution over time.

pH is related to PCr and Pi frequency difference as follow: Figure 4.20 details the data processing and analysis.

pH = p Ka1 + log(((Freq Pi -Freq PCr ) -p Kam ). p KaM -(Freq Pi -Freq PCr ) (4 
For both conventional spiral MRSI and under-sampled spiral MRSI methods, the oxidative metabolism, via the calculation of recovery constant τ PCr , of the gastrocnemius and the soleus muscles are compared. The Signal to Reconstruction Error Ratio (SRER) is calculated in the spectral support from the least square difference between the spectrum from a conventional spiral CSI acquisition and a spectrum from an under-sampled spiral CSI acquisition as follows: SNR values for the spectra (at rest, before exercise) are shown in figure 4.25 are, for PCr, of 20.3 dB for the raw spectrum (averaged pixels in the gastrocnemius muscle), 22.8 dB after denoising, and for Pi, of 5.3 dB after denoising. Indeed, the difficulty in this application is the asssessment of Pi, with a correct SNR, in order to further quantify it.

SRER = 20 × log ||x F || L 2 ||x F -x U || L 2 , ( 4 
The chosen support for our under-sampled acquisitions does not contain the alpha and beta ATP resonant frequencies, which is a problem when the LS reconstruction is performed. This choice has been made to reduce the length of the support to its minimum, in order to reach a higher reduction factor for the under-sampling. However, it affects our spectra reconstruction. The ATP metabolite concentrations is assumed not to change during the exercise, and what we are looking at is PCr and Pi variations to assess PCr constant recovery time, and ensure that the sum of PCr and Pi remains constant. Even if our reconstructed spectra on the chosen support is contaminated by ATP metabolites, the variations of PCr and Pi amplitudes peaks and frequencies should only be due to PCr and Pi concentration variations during the exercise. The use of a selective RF pulse exciting only PCr and Pi could however solve this issue.

Simulations have been done with increasing gaussian noise according to PCr amplitude peak (standard deviation of 0 to 20 % of PCr amplitude). For the simulations, a simulated phosphorus spectrum was generated as in chapter 3, but with different amplitude ratios, to be closer to what we actually have in practice. The amplitude of Pi was set to 10 % of the amplitude of PCr, and ATP amplitudes were set to 9 %. The SNR was calculated from the simulated phorphorus spectra and the SRER has been calculated as in chapter 3 according to the formula

SRER = 20 × log ||x|| L 2 ||x -x m || L 2 , (4.16)
where x is the original spectrum and x m is the reconstructed spectrum, with both restricted to the spectral support. A common logarithm with base 10 is used here.
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The results are shown in figure 4.26 and show that the reconstruction improves when a simulated signal without ATP is given as an input. In order to assess Pi, the SRER on its support has to be higher than 3-4 dB, which corresponds to a SNR of around -23 dB and a standard deviation of 3 % of the PCr amplitude.

In order to improve the signal reconstruction with the same support, a prior static fully sampled acquisition could be done. Therefore, the knowledge of ATP amplitude and frequency informations we get from this acquisition could be taken into account as an priori knowledge before LS signal reconstruction. SNR is the main limitation to the application of our under-sampled method. It is already SNR challenging and complex to process data from a conventional case, and moving to the under-sampled case amplifies those problems. Even if, in the results shown, the phosphorus data could be processed and PCr recovery values were extracted, the SNR could indeed be improved by using, for example, a more sensitive coil, by using a 7 T MR system, or/and using a selective RF pulse for dynamic applications.

Conclusion

The novel fast spiral MRSI acquisition strategy has been presented and tested in-vivo on phosphorus experiments. The very first in vivo experiments at rest have been done to compare the two methods in terms of SRER. The new proposed acquisition method was tested in order to reach a reduction of the acquisition time by a factor 4.3 Fast spiral MRSI sequence development of almost 2 compared to the spiral CSI. We believe we are at the limit of the signalto-noise ratio for the correct Pi reconstruction. The reported SRER only reflects the quality of the reconstruction of PCr which carries the major part of the signal energy; this metric masks the difficulties in practice of measuring the Pi. Indeed, the approximation given by our support (which does not take into account alpha ATP and beta ATP) is detrimental for the reconstruction of the Pi, in the undersampled case, for this SNR. During the exercise, as soon as the Pi starts to increase, the SNR conditions are more favorable to a correct reconstruction. Dynamic phosphorus experiments have been done for both methods. For dynamic phosphorus applications, we are particularly interested in PCr and Pi evolutions over time. The spectrum support can be considered sparse and the method is of interest (considering that ATP signal amplitude is not high enough to hamper correct reconstruction of PCR and Pi). The SNR is lower with 31 P, so the factor of reduction for under-sampling cannot be too large. Results showed that we were able to extract the recovery constant of PCr even in the under-sampled case. In the case of an undersampling, the temporal resolution of the dynamic experiment (time between each full 31P spectra) is lower than in the conventional sampled case, which is interesting for better PCr recovery quantification (if sufficient SNR is available). At 3 T, the SNR is low for 31 P applications, and even more if an under-sampling is used. Therefore, in our case, the analysis required complex data and denoising processing. Indeed, the main limitation for the application of the spiral MRSI sequence, and even more for the under-sampled spiral MRSI sequence, is the SNR. Maybe, testing the sequences at 7 T would have more significant results, or using more sensitive coils and selective RF pulses.

Conclusion of the chapter 4

This chapter presents the results and details the implementation of 1) a conventional spiral MRSI sequence and 2) a under-sampled spiral MRSI sequence. The under-sampling (which is also an irregular sampling) that has been implemented, as well as the SBS algorithm, are detailed in the previous chapter. The method implemented here differs from the method proposed in the previous chapter in the way that all the partition have the same under-sampling pattern, and no use of the circular shift theorem nor of the proposed algorithm to optimize the temporal samples to acquire of each partition is done. This implies a simplified reconstruction process where the spatial dimension is reconstructed before reconstructing the spectral dimension, on the contrary to what is done on the proposed method in chapter 3.

Implementing the method in practice raised many problems due to low SNR, especially in the phosphorus case, unwanted peak replication artifacts in the case of a full temporal sampling spiral 1 H-MRSI, with less sparse spectra. This is why acquistion parameters had to be properly chosen, given the application, as the spatial resolution, the repetition time, the reduction factor for the under-sampling, the spectral support. However, the sequences were applied successfully and compared in the case of fat-water applications, static and dynamic phosphorus experiments. Futur clinical applications in dynamic 31 P MRSI are at the moment challenging and requires a validation of the sequences on reproductible data.

In the next chapter, a clinical protocol is presented, with its challenges and clinical constraints that are to be kept in mind for an inclusion of the developed sequences into the clinical environment. 

Discussion

Conclusion

5.4

Perspectives towards the application of an under-sampled spiral MRSI sequence

Introduction

Parallel to theoretical and sequence developments done in this thesis, a clinical protocol has been developed for mitochondrial capacity assesment via 31 P MRS. This clinical protocol has been tested on healthy volunteer before the inclusion on patient in the context of the "SPECTROscopie irm du phosphore 31 dans lâ ȂŹ Artheriopathie Oblierante des Membres Inferieurs" protocol (SPECTROAOMI) (in collaboration with Jill Slade and Anne Tonson from the University of Michigan) detailed in the next section. This clinical application and experimental protocol development was the opportunity to face clinical practical constraints such as patients handling, material installation, timing constraints. This chapter details the clinical protocol SPECTROAOMI, and results we have at the moment on four patients. The final and ideal objective would be to include in the protocol the developed fast MRSI sequence to assess mitochondrial capacity in different muscles. Note that this is not the case in the present study, for which a spatially non localized FID 31 P MR spectroscopy sequence with a BISTRO saturation band is currently used. Indeed, this clinical study was launched during the 3rd year of this thesis work, while the method and sequence developments presented in chapters 3 and 4 were not yet finalized.

SPECTROAOMI clinical protocol

Introduction

Obliterative arterial disease of the lower limbs (AOMI) is defined as partial or total obstruction of one, or more, lower extremity arteries most often of atherosclerotic origin. It is a common pathology whose five-year mortality of a patient with AOMI is about 30%, mainly of cardiovascular origin. The clinical manifestations are variable: absence of clinical signs, claudication with the effort translating into intense muscular pain when walking, cease when effort is stopped, disorders trophic and decubitus pain in advanced forms. The positive diagnosis is based on clinical examination and measurement of the systolic pressure index (SPI), which is the ratio between systolic pressure at the ankle and brachial systolic pressure. The threshold value for the diagnosis of AOMI is inferior to 0.90. Apart from critical ischemia whose immediate therapeutic objective is the rescue of the limb by a specialized surgical team in a hospital setting, a revascularization is proposed in case of claudication remaining disabling after at least 3 months of well-conducted medical treatment, or more early in case of threatening proximal 132 Chapter 5 Non localized 31 P application in the context of a clinical protocol and perspectives towards the use of the proposed method and implementations in clinical practice lesion.

From a physio pathological level, mitochondria have a predominant role in ATP generation necessary for energetic needs of myocytes. It increases drastically during muscle contraction on exertion. This energy production is obviously conditioned by the availability of oxygen. In patients with AOMI, the decrease in blood flow after a significant stenosis has the direct consequence of disrupting oxygen to the distal muscles and thus limits muscle performance. Mitochondrial breath is the only metabolic pathway capable of providing the energy needed to support an effort of several minutes, intermittent claudication in the AOMI was logically attributed to a hemodynamic mechanism of intermittent hypo perfusion of muscles [START_REF] Mcdermott | Lower extremity manifestations of peripheral artery disease: the pathophysiologic and functional implications of leg ischemia[END_REF]. However, more recently, an increasing number of histological or functional studies have suggested episodes of ischemia-reperfusion, namely episodes of muscle ischemia on exercise followed by a return to a muscular perfusion rate sufficient to meet the needs at rest, could be at the origin of a true mitochondriopathy [BH00; Kou+15; Mak+07; Pip+08]. Indeed, several studies on isolated mitochondria showed a significant decrease in the activity of the various complexes of the transport chain electrons in the claudicant muscle relative to the healthy muscle [START_REF] Iraklis I Pipinos | The myopathy of peripheral arterial occlusive disease: part 1. Functional and histomorphological changes and evidence for mitochondrial dysfunction[END_REF]. This intrinsic alteration -i.e. independent of the O2 -contribution of the mitochondrial function has the direct consequence of increasing the muscle metabolic failure (i.e. decreased muscle oxidative capacity) related to degradation of muscle perfusion and therefore has every reason to contribute to the symptomatology and intolerance to exercise during the evolution of AOMI. In addition, a relationship between the degree of reduction in mitochondrial function measured in vivo and the risk of faster and more severe progression of AOMI at 1 year has been reported in patients with mild intermittent claudication symptoms or moderate [START_REF] David C Isbell | Delayed calf muscle phosphocreatine recovery after exercise identifies peripheral arterial disease[END_REF], emphasizing the value of a therapeutic intervention aimed at the restoration of mitochondrial function of the muscle in parallel with the traditional management of perfusion defect. In clinical routine, the possible association with a muscular mitochondriopathy is most often ignored, mainly because of the lack of available investigative method, for the sole benefit of hemodynamic factor that is intended to maintain or, where In case of an impairment of peripheral vascular function as in the AOMI and due to deterioration of oxidative capacity measured by the τ PCr , it is therefore difficult to differentiate the part linked to this reduction.

Method

Exercise protocol

In order to explore the mitochondrial function suitable for patients with AOMI, we propose to use a new exercise paradigm that was initially developed and validated on volunteers healthy at Michigan State University (MSU) [START_REF] Slade | A gated 31P NMR method for the estimation of phosphocreatine recovery time and contractile ATP cost in human muscle[END_REF]. The MSU protocol consists of a series of 15 voluntary plantarflexions of 2 seconds separated by a minimum of 30 seconds of rest realized thanks to an MRI-compatible ergometer placed in the MRI. This protocol reliably quantifies τ PCr despite minimal hydrolysis (about 10 %) at the limit of the sensitivity of the measurement. This weak sensitivity is offset by summation of metabolic responses of 10 contraction / relaxation cycles recorded under steady-state metabolic conditions [START_REF] Slade | A gated 31P NMR method for the estimation of phosphocreatine recovery time and contractile ATP cost in human muscle[END_REF]. This exercise paradigm is indeed causing stress minimal metabolic and does not depend on an increase in O2 intake, and is therefore perfectly adapted to the target population. This protocol which allows in vivo study of muscle mitochondrial function regardless of vascular function was deployed, tested and its reliability confirmed on healthy volunteers on the 3T MRI of North Hospital from Saint-Etienne.

The main objective is to study the mitochondrial function by 31 P MR spectroscopy before and after revascularization in patients with AOMI at the ischemic stress stage with exercise paradigm free of vascular factor (MSU protocol). This approach should quantify the relative contribution of the vascular and mitochondrial components 134 Chapter 5 Non localized 31 P application in the context of a clinical protocol and perspectives towards the use of the proposed method and implementations in clinical practice to the degradation of muscle function in AOMI. The expected answer is that revascularization by raising the vascular limiting factor should be accompanied by an immediate improvement of the τ PCr in the absence of mitochondriopathy. On the other hand, in the case of mitochondrial disease, the τ PCr should remain altered in early post-revascularization. The experimental design targets a population of patients with AOMI at the stage of exercise ischemia and indication of revascularization. MRI of the pre-revascularization lower extremities will be performed during the hospitalization preceding the realization of the gesture. A second post-revascularization MRI will be performed before the patient. Each patient was laying done supine on the MR bed of the scanner, the feet attached to the pedal of the tibial spectrometer module, with a surface coil 31 P/ 1 H Tx/Rx under its calf muscle. To prevent movement of the leg from the patient, the studied leg was properly attached, with a vacuum pillow filled with polystyrene. For dynamic 31 P measurements, isometric plantarflexions of the calf muscle were periodically operated using an MR compatible ergometer (Trispect, Ergospect, Innsbruck, Austria).

Experimental MR protocol

The patient was equipped with a mirror so that he could see a monitor screen. On this monitor screen, on which instructions were displays using e-Primes software (Psychology Software Tool, USA), regarding when to push or stop thus achieve the best synchronisation as possible with the MR acquisition. MR scans were performed using a non localized, MR-FID sequence with saturation bands described in chapter 4, section 4.2 (BISTRO). A trigger was added in the sequence that sends a optical trigger to the e-Primes box. This was done to prevent the patient to push during the acquisition window.

Prior to the MR protocol, Maximum Voluntary Contractions (MVC) forces were performed. MVC consist in a maximal force output on the pedal by the patient for 1 -2 s. This has been done 5 times and was therefore averaged to get the mean MVC. The total length of the protocol was about 1 h and 15 min (including installation of patients, instructions, MVC and MR imaging and spectroscopy). • a low rate dynamic protocol developed by [START_REF] Slade | A gated 31P NMR method for the estimation of phosphocreatine recovery time and contractile ATP cost in human muscle[END_REF] consisting in 1 min of rest, a double push every 40s (T res = 40 s) for 8min and a 1 min rest.

• a standard high rate dynamic protocol was also done consisting in 40 s of rest, followed by 1 push every 4 s (T res = 4 s) for 2min and finally a resting period of 6 min.

SPECTROAOMI clinical protocol

Data processing and analysis

Data was processed using CSIAPO software [START_REF] Le Fur | Grid-free interactive and automated data processing for MR chemical shift imaging data[END_REF] for phasing, MATLAB (The MathWorks) and the method QUEST (QUantitation based on QUantum ESTimation) [Rat+05; Rat+10] implemented according the "customized version" cQUEST, i.e a version where the user can design, through a parameter file, several parameters constraints and parameters prior knowledges. Data was first phased on CSIAPO and thus a MATLAB routine enabled to quantify PCr, Pi and ATP metabolited on each acquired non-localized spectra using the QUEST method. For the QUEST analysis, 3 initial metabolites files of PCr, Pi and ATP (containing α, γ and β ATP information) were taken into account. Those files were generated from the sum of all acquired spectra in the dynamic experiment. As Pi frequency can change according to the pH, a frequency shift was allowed in the fitting process. An extra-damping was also allowed. In some cases, a Pi "splitting" can be seen on acquired spectra. In that case, 2 Pi metabolites files were generated so that both Pi could be quantified. Thus, when the fit of all individual spectra was processed, a mono-exponential fit was performed on normalized PCr by the sum of the resting PCr to get the PCr recovery constant time. pH was calculated from the frequency difference between PCr and Pi. It is related to both frequencies as given in equation 4.14.

The pH has been averaged at rest to get the resting pH and just after the exercise for 1 min to get the minimum pH. The OVS band was placed on the tibialis anterior muscle as shown in hatching green. The coil was placed under the calf muscle so that the gastrocnemius and the soleus muscles were studied.

Reproducibility tests

Before clinical applications and processing data on diseased patients, reproducibility tests of the protocol have been done on 5 healthy volunteers. The clinical protocol developed for SPECTROAOMI was performed, for each volunteer, 2 times. For each session, the volunteer was reinstalled in the machine before the launch of the protocol. The objective was to see how our whole protocol including the installation of the patient, of the surface coil, and the data processing was reproducible or not. the first time and the second time for each volunteer is illustrated in figure 5.6. The mean standard deviation of the PCr difference between test and retest scans was 1.09 s, which in percent corresponds to a mean of 5 % deviation. We can see from quantification results that the fitted spectra have good estimations of the amplitude, damping and frequency values of the raw spectra. Frequencies are quite well fitted, but damping and amplitude not as much. Indeed, in figure 5.4, it can be seen that the fitted amplitudes are a little lower than the actual ones. This is actually related to the damped envelope. In our routine, a small extra-damping is authorized without some bounds for the fit to be done According to B 0 inhomogeneities from one experiment to an other, FWHM can change a lot, from a few Hz to around 30 Hz, and the extra damping parameter bound could be reached. 

Results

Discussion

So far four patients have been included in the SPECTROAOMI protocol. Results showed an increase in mitochondrial capacity after surgery. The obstruction of the vessels by the AOMI disease and the not well perfused muscle would reduce mitochondrial capacity of AOMI patients. Further inclusion are needed to make strong assumptions that should come in the coming years. Reproducibility tests that were done make our results reliable. Indeed, for patients 1,3 and 4, the PCr recovery constant improvement τ PCr was so distinctly stronger that it cannot be attributed to a problem of data processing or patient installation.
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Conclusion

We have at the moment encouraging results on the four patients of the SPEC-TROAOMI protocol. This protocol is done on patients with a lower leg artheriopathy, and assess oxidative capacity before and after revascularization. Oxidative capacity is also of interest for other possible clinical applications as muscular fatigue, extreme body thinness (anorectics) or sports. The capacity to access to mitochondrial capacity within individual muscles of the body that is given by the developed spiral MRSI sequence and the novel under-sampled spiral MRSI sequence is thus of interest for clinical practice. The inclusion of one of these sequences into one clinical exercise protocol could give access to recovery constant times of different muscle, as seen in the previous chapter, with the same dynamic temporal resolution (4 s) or twice lower (8 s for spiral MRSI). For the future, the idea is thus to validate the sequence and its performances on several patients, and determine how to include it in clinical protocols.

Perspectives towards the application of an under-sampled spiral MRSI sequence

This chapter raises clinical difficulties and constraints that exist about patient comfort, acqusition time, reproducibility, signal to noise ratio. For phosphorus clinical applications, the use of a non-localized FID sequence leads to a high SNR (as we take the signal from a big excited volume) and enables a proper quantification of data to access PCr constant recovery time constants or pH for example. We saw in the previous chapter that using Chemical Shift Imaging considerably reduces the SNR, and the acquisition time. Indeed, the proposed under-sampled spiral MRSI sequence allows us to significantly reduce the acquisition time compared to phase encoding CSI and possibly perform dynamic phosphorus MRSI experiments. However, it has been seen that the low SNR prevents its application at the moment. Overcoming this problem would allow, for example in the context of this SPECTROAOMI protocol, to extract PCr recovery constant and pH from different individual muscles, before and after surgery, and see if the same muscles are exercising, at the same intensity, and which one contributes the most to the force output.

Conclusion

General Conclusion 6

In this thesis, a new fast MRSI method has been developed which lead to one publication, and an article currently under revision both studying and describing sampling strategies. The adopted method exploits signal sparsity and a priori known support to under-sample signals and combines both a signal under-sampling strategy with a spiral k-space sampling. This method has been implemented in the Siemens IDEA environment and tested on a 3T Prisma MR scanner in 1 H and 3 1P in vivo applications. The context of this PhD relied on energetic metabolism and mitochondrial capacity assessment by the mean of 3 1P MRS, and that is why the first aim of this sequence development was to apply it on dynamic 3 1P MRSI, but for SNR purposes and sequence validation, it was first tested on proton, and then on static phosphorus MRSI.

The fast acquisition method that has been developed stems from a publication of Gao and Reeves in [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF] where the a priori knowldegde of spatial support was taken into account for the SBS algorithm and the signal under-sampling, and also from previous work proposed by a former PhD student in the laboratory Dany Merhej in [START_REF] Merhej | Fast multidimensional NMR spectroscopy for sparse spectra[END_REF] where the a priori knowledge of NMR spectra support enabled with sample selection via the SBS algorithm to propose fast 2D spectroscopy acquisition strategy. In this thesis, the challenge was first to find out how this SBS sample selection could benefit an acquisition gain in spiral spectroscopic imaging and then to implement it on the MRI scanner. We were able to obtain in vivo data using the proposed method, but the low SNR at 31P and the remaining artifacts for proton applications do not allow us to conclude that our proposal has been definitively validated. Some improvement could be made to the method: as we saw in chapter 3, the l 2 norm reconstruction is perfect without noise, but amplifies noise in a noisy scenario. Maybe other reconstruction algorithm could be developed and improve the signal reconstruction, with the same acquisition scheme. For example, with l 1 regularization term for signal reconstruction as in the LASSO method. We tried to keep in mind physical constraints that exist in MRI to develop the theory of our method. However, a significant constraint has not sufficiently been taken into account and remains to be considered: the T2* decrease of the signal. Although our simulations took into account the fact that the sinusoidal signal was a damped signal, our sample selection SBS does not assume that our signal is damped and causal. Indeed, the SBS algorithm could be weighted such that it will privilege samples selection at the beginning of the signal, just after the RF excitation, where the signal is of higher intensity. Another study that could be interesting to conduct is the integration in the SBS algorithm of Cramer-Rao bounds (on the parameter of interest) as a criteria to be minimized. Moreover, one could consider to apply the sequential backwards selection algorithm to other types of k-space sampling than spiral, for example radial sampling or other innovative k-space trajectory sampling as in [START_REF] Lazarus | SPARKLING: variabledensity k-space filling curves for accelerated T2*-weighted MRI[END_REF].

As the final goal was to do dynamic phosphorus application, the implemented spiral MRSI and under-sampled spiral MRSI sequences were tested on some volunteers in dynamic but suffer limitation of SNR, and especially in the case of the under-sampled sequence. Even if we were able to extract PCr recovery constant times and phosphorus metabolite maps with a complex data processing, this is a limitation to keep in mind for future application. Maybe the use of a 7T MR scanner would have more significant results with a higher SNR. This under-sampled spiral MRSI sequence is also limited by its spectrum support, which actually in practice is not really sparse and also not really small compared to the full bandwidth length. However, it would be of particular interest for sparser signals than in the phosphorus and proton cases, like in hyperpolarized 13 C applications.

The methodological development works of this thesis were done in parallel to the development of the SPECTROAMI protocol (2016-2017), its launch (2018) and the inclusion of four patients (2018-2019). This protocol included patients, software and equipment installations and was thought to be a good way to evaluate clinical constraints for further possible inclusion of our developments into the clinical environment. So far the protocol has encouraged results that show an improvement of oxidative capacity from before to after a revascularization for patients with a lower leg artheriopathy. The inclusion of the developed under-sampled spiral MRSI in this protocol or another clinical protocol could be made to access oxidative capacity within different individual muscles. Of course, the sequence should be totally validated first. An article showing the proof of concept of the method in vivo is intended to be submitted in a near future. Non-cartesian imaging and spectroscopic imaging developments are also particularly interesting for the detection of short T 2 metabolites and the developments realised in the context of this thesis could also be of interest for Ultra Short TE applications such as collagen The development of new acquisition strategies in MRSI is relevant, indeed the state of the art lacks of high spatially resolved MRSI applications, especially in the muscle, because of its very long acquisition time. Even if the data reconstruction process quickly becomes more complex, the development of acquisition strategies like EPSI or spiral MRSI and their improvement are still relevant to study human metabolism and energetic metabolism without being incommoded by acquisition time.

INTRODUCTION

Nuclear Magnetic Resonance Spectroscopy is an in vivo technique that can provide information about metabolite concentration in the human body. Magnetic Resonance Spectroscopic Imaging (MRSI) [START_REF] Posse | MR spectroscopic imaging: principles and recent advances[END_REF] is a non-invasive imaging technique that gives spatial distribution of metabolite signals in a specific region, these metabolites signals themselves being characterized by their resonance frequencies. MRSI has indeed various clinical applications in different organs such as the brain, the liver, breast and muscles. Its drawbacks are due to its long acquisition time, low spatial resolution, difficulty to reach an acceptable Signal to Noise Ratio (SNR) and due to its sensitivity to spatial magnetic field inhomogeneity. Nowadays, fast MRSI techniques based on simultaneous spatial (k-space) and spectral (t-space) encoding already exist [START_REF] Posse | MR spectroscopic imaging: principles and recent advances[END_REF]. These particular sampling techniques can reduce the total acquisition time compared to the conventional phase-phase encoding. Compressed sensing (CS) is another way to reduce the number of samples acquired below the Shannon-Nyquist criterion. The sparsity of the signal is mandatory for the signal reconstruction using CS. In the case of Magnetic Resonance Imaging (MRI), applying CS can then significantly reduce the acquisition time. Some work has been done in order to apply CS in MRI [2] and MRSI [3].

In [4] a fast multidimensional MRS is proposed for sparse spectra. It relies on prior knowledge of the spectrum support to recover a multidimensionnal spectrum using undersampled NMR acquisition. We propose to extend this method to magnetic resonance spectroscopic imaging. Due to the separability of the 3D discrete Fourier transform-two dimension in the k-domain (kx, ky, i.e the spatial frequency domain), one dimension in the time domain, which is called the Free Induction Decay (FID) signal, the problem is reduced to independent one dimensional problems for each (kx, ky). In this work, we chose a spiral encoding scheme because it uses oscillating, continuous gradient which is an efficient way to encode the k-t space.

The challenge is that all (kx, ky) points should be acquired at the same time t. Reaching both the desirable spatial and temporal resolution within one excitation is usually impractical. As the result, multiple excitations are usually invoked which increases the acquisition time. In our method, the nonzero components of the spectrum will be recovered using an overdetermined least square problem. The result is exact when data are noise-free. In the noisy scenario the error in the recovered spectrum highly depends on the acquired samples. We both reduce this error to an acceptable level and approach the simultaneous time acquisition of the (kx,ky) FID by selecting irregularly the samples using the Sequential Backward Selection (SBS)algorithm [START_REF] Reeves | Selection of observations in signal reconstruction[END_REF] in spiral-based k-space trajectories acquisitions [START_REF] Adalsteinsson | Volumetric spectroscopic imaging with spiral-based k-space trajectories[END_REF]. We will show that, by this way, the total number of excitations can be reduced and thus total scan time. Note that our proposal differs from [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF] in the sense that, here, it is the a priori known spectral support which is used 1] that "in the absence of any other information, one could easily argue that no method would exhibit a fundamentally better performance". When data are noisy (hypothesis of a zero mean noise identically distributed with variance σ 2 ) it results an error with mean square error given by [4]:

E||x -x s || 2 = σ 2 tr[(A * A) -1 ] (5) 
Clearly as F is unitary the lower error is obtained for p = n = m, subsampling the FID signal results in noise magnification. The trace in (5) increases monotically as rows are removed. [START_REF] Reeves | Selection of observations in signal reconstruction[END_REF] proposes to minimize this trace by selecting the sample in y (the FID signal) by an algorithm known as Sequential Backward Selection (SBS), it results an irregular sampling. The SBS algorithm sequentially eliminates one row at a time from the m candidates until p rows remain. At each step the resulting inverse matrix is computed at a low cost from the Sherman-Morrison formula. Note that the indexes of the samples to be retained are computed once and for all before the acquisition. Finally, using the SBS algorithm, we under-sample the time dimension and reconstruct the spectrum.

k-t space spiral sampling

After the radio-frequency pulse excitation, possibly localizing the Volume of Interest (VOI), the spiral encoding sequence for MRSI uses successive time varying gradients during the acquisition time period. These gradient waveforms trace successive spirals in the kx-ky space starting usually from its center. One time sample is acquired at each spiral (kx-ky space). A trade-off needs to be found between the duration of the spiral, the spatial resolution and the resulting spectral bandwidth. In order to reduce the duration time of a spiral, a method consists in sampling the k-space with multiple acquisitions and interleaved spirals instead of one (Figure 1a). If one spiral duration is larger than the required temporal resolution to reconstruct the spectroscopic bandwidth, temporal interleaves are necessary to acquire each time sample. This technique consists in applying at each pulse Repetition Time (TR) (each excitation) successive spirals for the acquisition with a delay proportional to the temporal resolution (Figure 1b)

The following additional notation will be used:

• N spat the number of spatial interleavings • Δt cs the time sample interval required for the wanted temporal resolution according to Nyquist sampling.

C.1 Annexe 1

• T s the duration of a spiral

• T sig is the acquisition window length time

• N time the number of temporal interleaving

• N ex is the number of excitations needed in order to sample all the temporal and spatial points in the kspace. N ex = N spat × N time • n = T sig /Δt cs is the total number of time samples in the conventional spiral acquisition approach (see ( 1)). • p, the number of time samples, irregularly spaced and defined by the SBS algorithm (see ( 3))

In conventional spiral MRSI acquisition, the total acquisition time is T = N ex ×T R. We aim to demonstrate the possibility to reduce the total acquisition time, in the spiral MRSI case, by using the irregular sampling scheme given by SBS and a subsequent LS reconstruction.

Implementation Method

Two sampling strategies were implemented and compared: A) the so-called Conventional spiral sampling Approach B) the SBS-based irregular sampling for spiral trajectories. For both approaches, successive conventional Archimedean spirals were used. Once the k-t space was obtained, a gridding algorithm was used to resample the data onto a cartesian grid before computing the discrete Fourier transform [10]. The FID signal is both complex and causal. Following [11] we construct a symmetrized signal by time reversal and complex conjugate of the FID that improves the sparsity of the resulting signal because its Fourier transform is real. Problem Statement:

• given a subsampling factor p/n , a spiral duration T s and the spirals gradient constrained by the technology (3T MR system in our simulations) • find the minimum number N exsbs < N ex of excitations. Proposed solution: With SBS the number of spatial interleaving N spat does not change from the conventional method. The number of temporal interleaving is reduced, and the number of excitation is reduced to a number N exsbs depending on the length of a spiral T s , see the pseudo-code below for finding N exsbs . The gain G = N ex /N exsbs , which is directly related to the reduction of the acquisition time, can be deduced. Pseudo code for finding N exsbs Input and variables: p previouly calculated SBS irregular positions are stored in the vector P , recall that p < n, and the acquired sample number p t at the current discrete time index t are stored in the vector P t . The index t prev is used to select two time samples ensuring a spacing greater than the spiral length. Initialisation: Both approaches were tested on 31 P MRSI data, showing sparse spectral feature and derived from real in vivo data as shown Fig. 2. A three compartment phantom (Fig. 3) was used with different metabolite ratio in each compartment. The FOV was of 25 cm, the image matrix size was 64×64. For the conventional approach A, a spiral length time of 1ms, 256 spirals per excitation, a number N time of temporal interleaving of 4 so that there is a total of 1024 temporal points with a temporal resolution of 0.25 ms were used. For the approach B using SBS, we chose a reduction factor of 4, which means that we will sample 4 times less temporal points than Shannon-Nyquist. Here, we retain p = 256 points from n = 1024. The two approaches will be compared using the Signal Reconstruction to Error Ratio (SRER): Table 1 gives the gain G with the length of the spiral. Fig. 3 illustrates the MRSI phantom data used in this study and Fig. 4 the reconstructed spectra in 2 different regions. The SRER are respectively 25.8 dB and 24.9 dB without noise for method A and B, for the pixel in the center and 23.6 dB and 19.8dB for method A and B with noise (averaged with 20 noise realisations, σ = 10% PCr). These results show that, additionnaly to being able to reconstruct the original image, we are able with our method to reconstruct the spectroscopic signal without significantly decreasing the SRER.

P t =
SRER = 20log

CONCLUSION

We have proposed a novel way to reduce the scan time by a technique based on LS reconstruction and the SBS algorithm acting for undersampling the temporal direction in MRSI spiral-based acquisition. We have evaluated the relevance of such approach by implementing this acquisition strategy on an MR scanner where the spiral acquision is simulated. The results prove the feasability of the proposed approach.
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Illustration of the 'Special Card' which is the window interface where the user can manage and modify parameters such as the number of spatial interleaves, the maximum gradients slew rate, whether we want to use an under-sampling or not... . . . . . . . . . . . . . . . . . . . . .

4.8

The different timings used in the developed spiral spectroscopic sequence. T spir corresponds to the spiral duration, T res to the FID time sampling and the 'dwell time' is the spiral sampling time. . . . . . . . . 4.9

Sequence diagram of the spiral MRSI sequence taken from Siemens' IDEA simulator environment. The first line is for the ADC, second line is for the pulse excitation, third line for the readout gradient, fourth for the phase gradient and fifth for the slice selective gradient. . . . . . . . A) Sagittal, B) coronal and C) transverse dixon images of the fifth volunteer. The OVS band was placed on the tibialis anterior muscle as shown in hatching green. The coil was placed under the calf muscle so that the gastrocnemius and the soleus muscles were studied. . . . . . .

5.4

For the fifth volunteer and for the standard high rate dynamic protocol, the first time, the stack plot of raw phased spectra (acquired with a spatially non localized FID sequence with a saturation band placed on the tibialis anterior muscle) is given in a). In b), c) and d), the raw phased spectra in blue, estimated spectra in red and residual spectra in yellow (shifted for illustration) are given during rest, exercise and recovery (during an exercise protocol including 30 s rest, 2 min exercise and 6 min rest). . 

Figure 2 . 1 .:

 21 Figure 2.1.: Overview of the energetic metabolism in the muscle [Åda09]

Figure 2 .

 2 Figure 2.2 shows the structure of the mitochondrion with the inner and outer membranes.

Figure 2 . 2 .:

 22 Figure 2.2.: Structure of a mitocondrion [Bod17]. The inner membrane contains enzymes responsible for ATP production. Citric acid cycle and oxidative phosphorylation both are processes happening in the inner membrane.

Figure 2 . 3 .:

 23 Figure 2.3.: Illustration of the respiratory components in the oxidative phosphorylation and the citric cycle [MW06].

Figure 2 . 4 .:

 24 Figure 2.4.: Without magnetic field, the spins are randomly oriented (a) and in the presence of a magnetic field B 0 , spins align with its direction (b) (z direction). An x-y direction compound remains, spins are indeed precessing, but the z direction parallel to the magnetic field B 0 is preferred [Tac09].

Figure 2 . 5 .:

 25 Figure 2.5.: Illustration of the effect of T 1 and T 2 relaxation times on the longitudinal and transverse magnetization. In A, the T 2 decay describes the exponentially decrease of the transverse magnetization with time, corresponding to spin dephasing. t=T 2 corresponds to the time where the transverse magnetization is reduced to 37% of its initial value. In B, the T 1 relaxation time describes the longitudinal magnetization exponential increase. At t=T 1 , the longitudinal magnetization reaches 63% of its initial value [LK15].

Figure 2 . 6 .

 26 Figure 2.6.: RF pulse design illustration. A square pulse gives a sinc excitation profile while a sinc pulse gives square frequency profile. This is how sinc pulses achieve frequency selective excitation profiles [DG19].

Figure 2 . 7 .:

 27 Figure 2.7.: Cardinal sinus pulse magnitude, phase, spectrum and fft phase.

Figure 2 . 8 .:Figure 2 . 9 .

 2829 Figure 2.8.: Hyperbolic secant HS8 pulse magnetization, phase, spectrum and fft phase.
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 22 Figure 2.10.: Illustration of the NMR signal and its spectrum in the phosphorus case.

Figure 2 .

 2 Figure 2.11.: Phosphorus spectrum with its metabolites resonating at different chemical shifts: ATP spectral signature shows multiplets which are due to J-coupling.

Figure 2 .

 2 Figure 2.12.: Sequence chronogram of an SVS localization with an OVS module. The OVS module may be repeated several times prior the 90°pulse excitation to saturate the signal in several directions. It is placed before the excitation and before acquiring the signal of interest.

Figure 2 .

 2 Figure 2.13.: Sequence chronogram of an SVS localization with the PRESS technique.

Figure 2 .

 2 14). It consists of 3 slice selective excitation pulses. The succession of the 3 excitation pulses generates 5 echoes and 3 FID signals. The first two pulses are delayed by T E /2 and the second and third by a time called mixing time or T M .

Figure 2 .

 2 Figure 2.14.: Sequence chronogram of SVS localization with the STEAM technique.

Figure 2 .

 2 Figure 2.15.: Illustration of the chemical shift displacement artifact [DG19]. The coloredboxes correspond to water selected voxel in green, Creatine selected voxel in yellow and NAA selected voxel in red. An RF pulse, centered on water resonance and that has a bandwidth exciting water, Creatine and NAA will create 3 VOIs centered at different spatial positions due to the frequency differences between water and NAA and Creatine. In C, the localization pulse sequence is the same as in B, but the magnetic field strength and thus spectral dispersion increase from 3 T to 7 T. A higher error due to chemical shift displacement can be seen.

Figure 2 .

 2 Figure 2.16.: Relationship between the k-space and the image [DG19]. Illustration of the influence of the k-space spatial frequency sampling and the corresponding shoulder image. Sampling only the center of the k-space gives a blurry image and sampling only the edges or higher spatial frequencies gives a detailed image but with low SNR and poor contrast.

Figure 2 .

 2 Figure 2.17.: Illustration of a PSF and the effect of an apodization function. On the first row, the corresponding PSF in 3D and 2D is given for a conventional phase encoding sampling scheme. On the second row, we can see the effect of a Hamming filter on the PSF. It has smoothed and significantly reduced the side lobes of the PSF [LK15].

Figure 2 .

 2 Figure 2.18.: Sequence chronogram of a CSI-FID sequence, based on the phase encoding method for k-space sampling.

Figure 2 .

 2 Figure 2.19.: Sequence chronogram of a CSI-SE sequence, based on the phase encoding method for k-space sampling.

Figure 2 .

 2 Figure 2.20.: Sequence chronogram of CSI sequence combined with the PRESS technique based on the phase encoding for k-space sampling.

Figure 2 .

 2 Figure 2.21.: Sequence chronogram of the spectroscopic RARE sequence [DL02].

Figure 2 .

 2 Figure 2.22.: Sequence chronogram of the EPSI sequence [Wei12].

Figure 2 .

 2 Figure 2.23.: Sequence chronogram of a Turbo spin echo sequence with 3 echoes [Ham].

Figure 2 .

 2 Figure 2.24.: Sequence chronogram of a spiral MRI sequence, based on a spiral k-space sampling. Short echo times can be accessed with this type of sequence.

Figure 2 .

 2 Figure 2.25.: Illustration of spatial interleaves for spiral MRI and MRSI for 2 spatial interleaves. One excitation is needed per spatial interleave.

Figure 2 .

 2 Figure 2.26.: Sequence chronogram of a CSI-spiral sequence, based on a spiral k-space sampling. Short echo times can be accessed with this type of sequence. It can also be combined with the PRESS technique, water suppression or OVS.
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 22 Figure 2.27.: Illustration of termporal interleaves for spiral MRSI in the case of 3 temporal interleaves. The spiral length T spir is too long compared too the wanted spectral bandwidth. It is therefore nedded to do more acquisitions and excitations. After each excitation a delay is applied, proportionnaly to FID time sampling T res .

2. 3

 3 Signal processing and under-sampling

Figure 2 .

 2 Figure 2.28.: Illustration of the single pixel camera proposed by (Takhar, Duarte)

Figure 3 . 1 .: 3 . 2 . 3 . 5 . 1 .

 3132351 Figure 3.1.: Trace evolution (in log-scale) versus the number of eliminated rows N -P of the matrix A for different support sizes and for three support types: compact, random, and block. The signal is made of N = 1024 time samples. Vertical lines correspond to the minimal value P = M .

Figure 3 . 2 .:Chapter 3

 323 Figure 3.2.: Illustration of the proposed algorithm for N = 16, M = 7, and P = 8. At each iteration, {p} u is a circular shift of {p} 1 (in this case, 1-shift for {p} 2 and 2-shift for {p} 3 ) which minimizes the maximum value of u 1 I u (n), where I u (n) = 1 if n ∈ {p} u , 0 otherwise. The maximum corresponds to the number of time-scans needed to sample all of the partitions. In red are represented all the new index vectors, that correspond to the new set of acquisition {p} u ({p} 2 or {p} 3 here)

Figure 3 . 3 .:

 33 Figure 3.3.: Each row corresponds to a time-scan of the algorithm illustrated in Figure 3.2.The first partition is in blue with a square symbol, the second is in red with a circle symbol, the third is in green with a cross symbol. Two time-scans are enough to sample all of the time samples of all of the partitions.

Figure 3 . 4 .: 1 d=0 I 1

 3411 Figure 3.4.: Illustration of the difference between I 1 (n) and I + 1(n) = Np-1 d=0 I 1 (nd) with N p = 4.The same parameters as in Figure3.2 are used here. I 1 (n) is shown with a cross symbol on these two panels, and I + 1 (n) with a circle symbol in the right panel. I + 1 (n) shows the number of excitations required for each n.

Figure 3 . 5 .

 35 Figure 3.5.: a) Anatomic image from a dixon sequence acquisition (FA 9°, T R 4.1 ms, T E 1.4 ms, matrix size 118 × 192, FOV 169 × 206 mm 2 ), b) 31 P image acquired from a standard CSI acquisition (FA 90°, T R = 1 s, 5 averages, matrix size 16 x 16, FOV 200 mm square, total acquisition time 32 min). In c), a spectrum from the CSI acquisition is shown for the pixel highlighted by the red cross on the CSI image.

Figure 3 . 6 . 1 )Figure 3 . 7 .:

 36137 Figure 3.6.: a) Referenced phantom at t=0 (based on 31 P in vivo image). ATP amplitude was set to 7 in the whole phantom, PCr and Pi amplitudes to 20 and 7 in the left ellipse, PCr amplitude to 17 in the right ellipse and 8 elsewhere. Spectral images for phosphocreatine (b) (frequency = 0 Hz), inorganic phosphate (c) (f = 258 Hz), and adenosine triphosphate (d) (f = -129 Hz, -387 Hz, -853 Hz). The red cross is used in Figure 3.8.

Figure 3 . 8 .:

 38 Figure 3.8.: Noisy reconstructed modulus spectrum from a voxel in the left ellipse (red cross in Figure 3.6-b) for the fully sampled spiral method (left) and for the new proposed approach (right). The reconstruction error (shifted by -500) is given at the bottom.

80Chapter 3 Figure 3 . 9 .:

 339 Figure 3.9.: Reconstructed spectrum with the LASSO method. The reconstruction error (shifted by -100) is given at the bottom.
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 4142 Figure 4.1.: Hyperbolic secant HS8 pulse magnetization, phase, spectrum and fft phase.

Figure 4 . 2 .:

 42 Figure 4.2.: Transverse magnetization MT/M0 and longitudinal magnetization Mz/Mo profiles for a bandwidth of 4083 Hz for a) 8166 Hz for b)

. 3 .

 3 The same scales were used in the illustration, to visually see the effect of the saturation of the 2 OVS modules, OVS cardinal sinus based module and BISTRO module. The reconstructed spectra by the inner Siemens platform are shown for a pixel of the CSI-grid. A saturation efficiency of 60 % is reached with the cardinal sinus based OVS, and of 95 % with the BISTRO OVS.

Figure 4 . 3 .

 43 Figure 4.3.: A) Unsaturated spectrum from the highlighted pixel in the CSI-grid shown in D). In B), the saturated spectrum with an OVS module composed of a cardinal sinus pulse is shown and in C) the saturated spectrum with an BISTRO OVS module. The placement of the saturation bands on the phantom are shown in D).
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 444 rotated one with another, by the formula 94 Sequence implementations and optimisations

Figure 4 . 4 .:

 44 Figure 4.4.: Illustration of the designed spiral trajectory with spatial interleaves for a matrix size of 64 × 64 and 12 spatial interleaves; only the first, second and sixth is shown here. The PSF is also given in b)

Figure 4 .Figure 4 . 5 .:

 445 Figure 4.5 illustrates the spiral MRSI acquisition scheme, with all the parameters of interest T res the FID time sampling and T spir the spiral duration. A delay is applied after a new excitation to sample other time points of the FID signal: this is called temporal interleaves. One k-space, or partition of k-space, is acquired by one spiral.

Figure 4 . 6 . 4 . 3 . 6 . 1 .

 464361 Figure 4.6.: A) Illustration of a 2D computer diagram for the designed spiral trajectory with a matrix size of 64 × 64 and 12 spatial interleaves. A zoom in the center is shown in B). The size of the cells decreases when the number of samples in a region is highly concentrated.

Figure 4 . 7 .:

 47 Figure 4.7.: Illustration of the 'Special Card' which is the window interface where the user can manage and modify parameters such as the number of spatial interleaves, the maximum gradients slew rate, whether we want to use an under-sampling or not...

Figure 4 .

 4 Figure 4.8 illustrates the difference between the spiral sampling 'dwell time', the spiral duration T spir , and the FID time sampling T res .
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 4849 Figure 4.8.: The different timings used in the developed spiral spectroscopic sequence. T spir corresponds to the spiral duration, T res to the FID time sampling and the 'dwell time' is the spiral sampling time.

Figure 4 .

 4 Figure 4.10.: Sequence diagram of the spiral under-sampled MRSI sequence taken from Siemens' IDEA simulator environment. The first line is for the ADC, second line is for the pulse excitation, third line for the readout gradient, fourth for the phase gradient and fifth for the slice selective gradient. Some dead times are present due to the under-sampling of the temporal dimension.

4. 3

 3 Fast spiral MRSI sequence development

Figure 4 .

 4 Figure 4.11.: Reconstruction pipeline from raw data reading to final spectral reconstruction, and metabolite and T * 2 maps generation.

Figure 4 .

 4 Figure 4.12.: Acquisition parameters for the results shown with spectroscopic artefacts in 1 H MRSI.

Figure 4 .

 4 Figure 4.13.: Reconstructed spectra in the muscle and fat, (a)Magnitude spectrum in a voxel containing fat, (b) Zoom on the spectrum in a voxel containing fat, showing artefacts encountered (c) Magnitude spectrum in a voxel located in the muscle, (d) Zoom on the 1H spectrum acquired in the muscle showing the artefacts encountered

Figure 4 .

 4 Figure 4.14.: (a) Absolute time domain signal, (c) its associated spectrum in modulus and (b) zoom on the fifty first time point signal (d) decomposition corresponding to the first 4 temporal interleaves. First temporal interleave in red, second in yellow, third in pink and fourth in green. Note that The first temporal interleave is abnormally shifted downwards

  Original signal(blue) and Corrected signal (green) (f) Zoom
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 41104 Figure 4.15.: Reconstructed spectra after correction of the spectra from a modeling with the HLSVD algorithm (a), b), c), d)). In blue the original signal, in red the modelised spectra resulting from the HLSVD algorithm, and in green the corrected signal (original signal minus the modelised signal with artefacts) (e), f))

Figure 4 .

 4 Figure 4.16.: Impact of an order 0 phase correction for all temporal interleaves on the final reconstructed spectra. The original spectra is in blue and the corrected one in red.

Figure 4 .

 4 Figure 4.17 shows images of water, fat and T * 2 maps of water and fat both in the conventional and the under-sampled case. The average T * 2 values were around 20 ms in the muscle and 30 ms in the sub-cutaneous regions for the T * 2 of water, for both the conventional and under sampled spiral MRSI sequences.
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 443 Figure 4.17.: Images of water (a)), fat (b)), T * 2 of water (c)) and T * 2 of fat (d)) for the conventional spiral MRSI and for the under-sampled spiral MRSI (e),f),g),h))

Figure 4 .Figure 4 .

 44 Figure 4.18.: Raw spectra in blue and fitted spectra in dotted red for the highlighted pixel shown on the reconstructed water image (a)) for the conventional spiral MRSI case (b)) and the under-sampled case (c)).
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 3 11 31 P In vivo experiments 4.3.11.1
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 1184 Sequence implementations and optimisations with p Ka1 = 6.75, p Kam = 3.27, p KaM = 5.69 and Freq PCr and Freq Pi the resonant frequencies of PCr and Pi.The PCr recovery was fitted using a mono-exponential function (on a MATLAB routine) on the PCr amplitude curve normalized by the sum of PCr and Pi, giving access to the PCr recovery constant τ PCr directly related to the mitochondrial capacity in the muscle (section 2.1).

Figure 4 .

 4 Figure 4.20.: Reconstruction steps for 31 P data analysis
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 4443 Figure 4.21 shows PCr and Pi maps acquired at rest with the two methods conventional spiral CSI and under-sampled spiral CSI. Reconstructed spectra are shown as well for a voxel of the image. The SRER in the highlighted voxel is 19, 01 dB, which corresponds to an energy of the reconstruction error 9 times smaller than the energy of the signal. The SRER has also been averaged within all the voxels containing soleus and gastrocnemius muscle and its value is 17, 31 dB.

Figure 4 . 4 . 3 Figure 4 .

 4434 Figure 4.22.: 31 P spectra at beginning (in blue) and end (in dotted red) of exercise in the conventional case for the gastrocnemius muscle (b) soleus muscle (c) and in the under-sampled case for the gastrocnemius muscle (d) and soleus muscle (e) on the averaged voxels shown in the anatomic image in (a). The soleus muscle corresponds to the highlighted voxels in blue and the gastrocnemius muscle to the highlighted voxels in orange. In a), the anatomic image, and the highlighted pixel were chosen from the zero-flled 16 x 16 CSI grid. As we can see, the spectra in d) and e), which were acquired from under-sampled FID signal, are reconstructed only on the pre-given spectral support (on the user special card). The spectra in d) and e) were reconstructed from an under-sampled FID signal, which is why the spectra are reconstructed only in the a priori known spectral support.

Figure 4 .

 4 Figure 4.24.: Illustration of a magnitude spectrum acquired at rest with a T R of 4 s (for static experiments). The raw unprocessed magnitude spectrum is shown in a), denoised spectrum in b), and denoised and averaged spectrum in c) (10 accumulations).

4. 3 Figure 4 .

 34 Figure 4.25.: Illustration of a magnitude spectrum acquired with a T R of 2 s for dynamic experiments. The raw unprocessed magnitude spectrum is shown in a), denoised spectrum in b).

Figure 4 .

 4 Figure 4.26.: Evolution of the SRER on the whole chosen support with the SNR of Pi.

Figure 5 . 1 .:

 51 Figure 5.1.: Installation setup of the patient or volunteer. She/he would lay down supine, her/his foot attached to a pedale ergometer Trispect module. An additional screen not shown here was behind the patient, and that is where instructions were displayed thanks to the e-Primes software.

136Chapter 5 Figure 5 . 2 .:

 552 Figure 5.2.: Illustration of 2 developed protocol applied in the clinical project SPEC-TROAOMI. In a), the low rate dynamic protocol and in b) the standard high rate dynamic protocol

138Chapter 5 Figure 5 . 3 .

 553 Figure 5.3.: A) Sagittal, B) coronal and C) transverse dixon images of the fifth volunteer.The OVS band was placed on the tibialis anterior muscle as shown in hatching green. The coil was placed under the calf muscle so that the gastrocnemius and the soleus muscles were studied.

Figure 5 .Figure 5 . 4 .:

 554 Figure 5.4.: For the fifth volunteer and for the standard high rate dynamic protocol, the first time, the stack plot of raw phased spectra (acquired with a spatially non localized FID sequence with a saturation band placed on the tibialis anterior muscle) is given in a). In b), c) and d), the raw phased spectra in blue, estimated spectra in red and residual spectra in yellow (shifted for illustration) are given during rest, exercise and recovery (during an exercise protocol including 30 s rest, 2 min exercise and 6 min rest).
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 5859 Figure 5.8.: Stack plot of raw acquired spectra (with a spatially non localized FID sequence with a saturation band placed on the tibialis anterior muscle) after phasing and signal apodization for the second patient before (left) and after (right) surgery for an exercise protocol including 30 s rest, 2 min exercise and 6 min rest.
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 1486 General Conclusioncortical bone[START_REF] Du | Qualitative and quantitative ultrashort-TE MRI of cortical bone[END_REF] detection.

Fig. 1 .

 1 Fig. 1. a) spatial interleaving (N spat = 2), and b) temporal interleaving (N time = 4)In order to reduce the duration time of a spiral, a method consists in sampling the k-space with multiple acquisitions and interleaved spirals instead of one (Figure1a). If one spiral duration is larger than the required temporal resolution to reconstruct the spectroscopic bandwidth, temporal interleaves are necessary to acquire each time sample. This technique consists in applying at each pulse Repetition Time (TR) (each excitation) successive spirals for the acquisition with a delay proportional to the temporal resolution (Figure1b)

A)

  Conventional spiral MRSI: time domain uniformly sampled In the conventional sampling the full k-space is uniformly sampled at each time sample with a number N spat spirals. With a number N time of temporal interleaving, all the desired temporal points are sampled. The number of temporel necessary interleaving is N time = T s /Δt cs . Then the total acquisition time is: T = N ex × T R = N spat × N time × T R B) SBS based time domain irregular sampling for spiral trajectories Preliminary

Fig. 2 .

 2 Fig. 2. In vivo anatomic and 31 P spectrum (from the highlighted voxel) acquired on the quadriceps of a man at 3T. The three metabolites Phosphocreatine (PCr), Adenosine Triphosphate (ATP) and Phosphate Inorganic (PI) are indicated and show to constitute a sparse spectrum

1 .Fig. 3 .Fig. 4 .

 134 Fig. 3. For t=0, a) Acquired in vivo 31 P image at 3T b) Phantom (based on in vivo image) ; c) Reconstructed image with a gridding algorithm

3 . 1 8 .

 318 Trace evolution (in log-scale) versus the number of eliminated rows N -P of the matrix A for different support sizes and for three support types: compact, random, and block. The signal is made of N = 1024 time samples. Vertical lines correspond to the minimal value P = M . .3.2Illustration of the proposed algorithm for N = 16, M = 7, and P = At each iteration, {p} u is a circular shift of {p} 1 (in this case, 1shift for {p} 2 and 2-shift for {p} 3 ) which minimizes the maximum value of u 1 I u (n), where I u (n) = 1 if n ∈ {p} u , 0 otherwise. The maximum corresponds to the number of time-scans needed to sample all of the partitions. In red are represented all the new index vectors, that correspond to the new set of acquisition {p} u ({p} 2 or {p} 3 here) .3.3Each row corresponds to a time-scan of the algorithm illustrated in Figure3.2. The first partition is in blue with a square symbol, the second is in red with a circle symbol, the third is in green with a cross symbol. Two time-scans are enough to sample all of the time samples of all of the partitions. . . . . . . . . . . . . . . . . . . . . . . . . . . .3.4Illustration of the difference between I 1 (n) and I + 1 (n) = Np-1 d=0 I 1 (nd) with N p = 4. The same parameters as in Figure3.2 are used here. I 1 (n) is shown with a cross symbol on these two panels, and I + 1 (n) with a circle symbol in the right panel. I + 1 (n) shows the number of excitations required for each n. . . . . . . . . . . . . . . . . . . . . . .List of Figures
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 410 Sequence diagram of the spiral under-sampled MRSI sequence taken from Siemens' IDEA simulator environment. The first line is for the ADC, second line is for the pulse excitation, third line for the readout gradient, fourth for the phase gradient and fifth for the slice selective gradient. Some dead times are present due to the under-sampling of the temporal dimension. . . . . . . . . . . . . . . . . . . . . . . . . . . 4.11 Reconstruction pipeline from raw data reading to final spectral reconstruction, and metabolite and T * 2 maps generation. . . . . . . . . . . . 4.12 Acquisition parameters for the results shown with spectroscopic artefacts in 1 H MRSI. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . 4.13 Reconstructed spectra in the muscle and fat, (a)Magnitude spectrum in a voxel containing fat, (b) Zoom on the spectrum in a voxel containing fat, showing artefacts encountered (c) Magnitude spectrum in a voxel located in the muscle, (d) Zoom on the 1H spectrum acquired in the muscle showing the artefacts encountered . . . . . . . . . . . . . . . . 4.14 (a) Absolute time domain signal, (c) its associated spectrum in modulus and (b) zoom on the fifty first time point signal (d) decomposition corresponding to the first 4 temporal interleaves. First temporal interleave in red, second in yellow, third in pink and fourth in green. Note that The first temporal interleave is abnormally shifted downwards . . . . 4.15 Reconstructed spectra after correction of the spectra from a modeling with the HLSVD algorithm (a), b), c), d)). In blue the original signal, in red the modelised spectra resulting from the HLSVD algorithm, and in green the corrected signal (original signal minus the modelised signal with artefacts) (e), f)) . . . . . . . . . . . . . . . . . . . . . . . . . . . 4.16 Impact of an order 0 phase correction for all temporal interleaves on the final reconstructed spectra. The original spectra is in blue and the corrected one in red. . . . . . . . . . . . . . . . . . . . . . . . . . . . . List of Figures 4.23 Normalized PCr time evolution in the soleus and gastrocnemius muscles for both acquisition methods (b), c), e), f)). In a), the anatomic image, and the highlighted pixel were chosen from the zero-flled 16 x 16 CSI grid. The blue voxels are in the soleus muscle and the orange voxels are in the gastrocnemius muscle. Normalized PCr evolution time courses in the gastrocnemius are shown in b) for the conventional acquisition and in e) for the under-sampled one. Normalized PCr evolution time courses in the soleus are shown in d) for the conventional acquisition and in f) for the under-sampled one. Sum of PCr and Pi is given in d) for the soleus muscle, in blue for the conventional case and in red for the under-sampled case. . . . . . . . . . . . . . . . . . . . . . . . . . . 4.24 Illustration of a magnitude spectrum acquired at rest with a T R of 4 s (for static experiments). The raw unprocessed magnitude spectrum is shown in a), denoised spectrum in b), and denoised and averaged spectrum in c) (10 accumulations). . . . . . . . . . . . . . . . . . . . . 4.25 Illustration of a magnitude spectrum acquired with a T R of 2 s for dynamic experiments. The raw unprocessed magnitude spectrum is shown in a), denoised spectrum in b). . . . . . . . . . . . . . . . . . . 4.26 Evolution of the SRER on the whole chosen support with the SNR of Pi. 5.1 Installation setup of the patient or volunteer. She/he would lay down supine, her/his foot attached to a pedale ergometer Trispect module. An additional screen not shown here was behind the patient, and that is where instructions were displayed thanks to the e-Primes software. . 5.2 Illustration of 2 developed protocol applied in the clinical project SPEC-TROAOMI. In a), the low rate dynamic protocol and in b) the standard high rate dynamic protocol . . . . . . . . . . . . . . . . . . . . . . . . . 5.3
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  1 H and 31 P. Some gyromagnetic ratios of nuclei used in in vivo

	Isotope Spin Natural abundance (%) γ/2π (MHz/T) NMR frequency (MHz) at 3 T
	1 H	1/2	99.985	42.58	127.728
	2 H	1	0.015	6.54	19.608
	7 Li	3/2	92.580	16.55	49.638
	13 C	1/2	1.108	10.703	32.112
	19 F	1/2	100	40.05	120.156
	23 N	3/2	100	11.26	33.786
	31 P	1/2	100	17.24	51.705
	39 K	3/2	93.10	1.99	5.964
	129 Xe	1/2	26.44	11.78	35.331

Table 2 .

 2 1.: NMR properties and gyromagnetic ratios of nuclei used in in vivo NMR.

NMR are given in table 2.1.

In practice, we will face macroscopic samples which have a large number of spins. The macroscopic magnetization of spins of I = 1/2 is related to the Boltzmann probability distribution. The two possible quantum states ±1/2 can be referred as α and β spin states. If -N α and -

Table 2 .

 2 

		PCr	6400	330	
		Pi	5200	150	
	31 P	γ-ATP	4500	78	17.24
		α-ATP	2600	55	
		β-ATP	3500	55	
		2.: NMR properties 31 P and associated relaxation times of its metabolites in the
		muscle at 3 T. PCr stands for Phosphocreatine, Pi for inorganic phosphate and
		ATP for Adenosine Triphosphate [Mey+03; Bog+09].

Table 2 .

 2 2 gives the tranverse and longitudinal approximate relaxation time values of 31 P metabolism in the muscle at 3 T.

  Methodological developments were done in this thesis on Magnetic Resonance Spectroscopic Imaging (MRSI) in order to accelerate acquisitions. The method is based on signal processing, irregular under-sampling, an a priori known spectrum support, a least square signal reconstruction and an algorithm called Sequential Backwards Selection (SBS) introduced by Stanley J. Reeves in 1995[START_REF] Stanley | Selection of observations in signal reconstruction[END_REF]. Previous work has been done using this algorithm and a least square reconstruction in the laboratory CREATIS in[START_REF] Merhej | Fast multidimensional NMR spectroscopy for sparse spectra[END_REF] for 2D NMR spectroscopy with an a priori known support. During this thesis, the goal was to extend this method to MRSI using a spiral k-space sampling. A multidimensional acquisition method has thus been developed for sparse signals which we detail in the following article submitted to the journal "IEEE Transactions on Signal Processing": Time undersampled acquisition for multidimensional sparse signals with application to magnetic resonance spectroscopic imaging.
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  .1. We can see that the acquisition speed-up, which is defined as N full acq /N acq , increases with the number of partitions and decreases with the number of samples in the spectrum support.

		M			64			128					256	
		Nu (= N full full )	2	4	8	16	2	4	8	16	2	4	8	16
		random support	1	1.47	2.01	3.27	1.62	2	3.33	7.67	2	3.95	7.95	15.95
	N full	block support	1	1	1.38	2.24	1.01	1.46	2.42	4.65	1.55	2.42	5.08	11.15
		compact support	1	1	1	1	1	1	1	2	1	1	2	4

Table 3 .

 3 1.: Given N u , M and different support types, the highest number of acquisitions N full full (= N u ), the lowest N full full M/N (rounded up) and the computed N full by the proposed algorithm are given, averaged over 100 realisations of the randomly chosen support. SBS was computed with P = M and N = 1024.

  Saturation bands can also be used to confine the signal in regions of interest. The saturation has to be done with adiabatic pulses that are robust to B 1 inhomogeneities. In this thesis, The B 1 Insensitive Train pulses to Obliterate signal (BISTRO) module which has revealed to be efficient for phosphorus applications[START_REF] Luo | BISTRO: An outerâ ȂŘ volume suppression method that tolerates RF field inhomogeneity[END_REF] has been implemented.

	4.2 Sequence development for localized spectroscopy
	of 31 P

4.2.1 Constraints in 31 P MR spectroscopy

Localization in 1D spectroscopy is an issue and especially in 31 P applications because of the short T 2 of the phosphorus metabolites, especially the ATP compounds, which are about 50ms at 3 T and their low concentrations conducting to very low SNR. Moreover, the slice selective inversion or refocusing pulses that are used in sequences such as PRESS and STEAM are not adiabatic and subject to B 1 inhomogeneities (cf subsection 2.2.4), in the case of the use of a surface coil for signal transmission and reception for 31 P studies. The use of a semi-LASER sequence is a way to face B 1 inhomogeneities and do localized 31 P MRS

[START_REF] Fiedler | Localized semi-LASER dynamic 31 P magnetic resonance spectroscopy of the soleus during and following exercise at 7 T[END_REF]

. Other localized MRS sequences that enable no echo times (zero T E )exist like Image-Selected In vivo Spectroscopy (ISIS)

[START_REF] Roger J Ordidge | Image-selected in vivo spectroscopy (ISIS). A new technique for spatially selective NMR spectroscopy[END_REF]

, Depth-resolved surface-coil spectroscopy (DRESS)

[START_REF] Valkovič | Depth-resolved surface coil MRS (DRESS)-localized dynamic 31P-MRS of the exercising human gastrocnemius muscle at 7 T[END_REF][START_REF] Paul | Depth-resolved surface-coil spectroscopy (DRESS) for in Vivo1H, 31P, and 13C NMR[END_REF]

.

4.2 Sequence development for localized spectroscopy of 31 P 4.2.2 1D localized sequence development based on OVS

Table 4 .2.:

 4 Acquisition parameters used for 31 P experiments

	Parameter FOV (cm)	T R	BW	M s	Slice thickness (cm)
	Value	20	4 (static) or 2 (dynamic) 2000 8 × 8	6

4.3 Fast spiral MRSI sequence development

  .15) Fast spiral MRSI sequence development where x F is the reconstructed spectrum from the a conventional acquisition and x U from an under-sampled acquisition.

	4.3.12 31 P In vivo results
	4.3.12.1. 31 P static experiments

4.3

Table 4 .

 4 P spectra at the beginning and end of exercise in the soleus and the gastrocnemius muscles for both methods are shown in figure4.22. PCr depletion was 47 % in the soleus muscle and 34 % in the gastrocnemius muscle for the conventional spiral CSI case and 38 % in the soleus muscle and 31 % in the gastrocnemius muscle for the under-sampled spiral CSI case.Normalized PCr by PCr + Pi evolution over time is shown in figure4.23 for both methods in the soleus and the gastrocnemius muscles. The sum of PCr and Pi is also given. PCr recovery quantification are summarized in table 4.3 for the volunteer.

	Table	Volunteer
	Soleus Muscle	Conventional case Under-sampled case	45.4 44.2
	gastrocnemius Muscle	Conventional case Under-sampled case	34.7 39.3
	3.: PCr recovery constant times for the volunteer in both conventional and under-
	sampled spiral CSI cases		
	4.3.12.2. 31 P dynamic experiments	

31 122 Chapter 4 Sequence implementations and optimisations

13.1. Study and discussion otn SNR for 31 P experiments In

  our experiments, the SNR was calculated and spectra before and after denoising are shown in figure4.24, for the same pixel and spectra as in figure4.21, acquired at rest with a T R of 4 s. In figure4.25, spectra acquired with a T R of 2 s for dynamic experiments, for the gastrocnemius muscle (same pixels as in figure4.22) are shown. T 1 values of phosphorus metabolites are quite long (see table 2.2), thus reducing the T R from 4 s to 2 s affects the SNR as we can see on the figures. SNR values, calculated as the ratio of peak (PCr) magnitude amplitude to standard deviation of noise (in decibels, the SNR would be 20 times the decimal loagrithm of this ratio), were for the spectra shown in figure4.24 with a T R of 4s are, for PCr, of 23.4dB for the raw spectrum, 28.5dB for the apodized spectrum, 40dB for the apodized spectrum with 10 averages and for Pi, of 10.3 dB for the apodized spectrum, 15,6 dB for the apodized spectrum with 10 averages. The Pi, indeed,

	4.3.13 Discussion of 31 P experiments
	4.3.124	Chapter 4 Sequence implementations and optimisations

  appropriate, restore by rehabilitation Vascular Control to Prevent Progression to Critical Ischemia or Tissue Necrosis irreversible. The medicinal treatment of a patient carrying an AOMI combines antiplatelet, inhibitor of the conversion enzyme (IEC) and statin. In vivo, muscle mitochondrial function can be directly assessed if a protocol is performed (paradigm) exercise in magnetic resonance spectroscopy of phosphorus 31 ( 31 P) in MRI[START_REF] Paganini | Linear dependence of muscle phosphocreatine kinetics on oxidative capacity[END_REF]. This functional exploration of mitochondrial respiration allows the analysis of the kinetics of Phosphocreatine (PCr) resynthesis which quantifies the oxidative muscle capacity. The PCr recovery time constant (τ PCr ) has been shown to be largely slowed down (up to 3 times) in patients with moderate claudication compared to a control group[START_REF] David C Isbell | Delayed calf muscle phosphocreatine recovery after exercise identifies peripheral arterial disease[END_REF][START_REF] Iraklis I Pipinos | Phosphorus 31 nuclear magnetic resonance spectroscopy suggests a mitochondrial defect in claudicating skeletal muscle[END_REF]. So far, studies in patients with AOMI in 31 P spectroscopy have used exercise paradigms developed for physiological studies on volunteers without vascular attack,

	and are largely dependent on functional hyperemia [Isb+06; Pip+00; Sch+06;
	Wu+11; Bra+04]. Most used combine dynamic plantar flexion exercises supported
	until exhaustion or onset pain [Isb+06; Sch+06] or sub-maximal isometric of 90s
	[Pip+00; Bos+99] for which the dependence of the metabolic recovery to muscle
	perfusion has been widely demonstrated [Bos+99; McN+15]. But, it is clearly
	established that the reduction of O2 inputs by a vascular hemodynamic factor alters
	the recovery [Has+07].

  Prior to 31 P experiments, localization were done with a dixon sequence (Flip angle 9°, T R 4.1 ms, T E 1.4 ms, matrix size 118 × 192, FOV 169 × 206 mm 2 ). Thus, resting 31 P acquisitions were done with a 90°flip angle, a T R 30 s, 10 averages, a bandwidth of 2500 Hz, and saturation bands placed on anterior muscles. Additional resting acquisitions were done with the same parameters but a T R of 4 s. Then, 2 dynamic protocols were performed () with a non-localized FID sequences with saturation bands and with the same parameters (T R of 4 s), but with different dynamic resolution times T res (time between two exercises), see figure5.2:

Tau PCr (s) standard devia on of tau PCr (s) between Pre/Post acquisi ons rest pH Minimum pH pH

  Table summarizing PCr hydrolisis, PCr recovery constant time and pH change the first time (Pre) and second time (Post) for the four volunteers of the reproducibility tests. Standard deviation of the τ PCr for each volunteer (from 1 to 5), between the first and second time performing the exercise protocol (40 s rest, 2 min exercise with pushes every 2 s, 6 min rest). The mean standard deviation was 1.09 s.

	Volunteer Pre	30	34.2		6.96	6.89	0.07
	Volunteer Post	32.3	40.3	3.05	7.03	6.92	0.11
	Volunteer Pre	28.6	26.4		7.02	6.99	0.03
	Volunteer Post	28.1	28.2	0.9	7.09	6.98	0.11
	Volunteer Pre	31.1	30.7		7.04	6.94	0.1
	Volunteer Post	32	28.6	1.05	6.96	6.85	0.11
	Volunteer Pre	15	28.2		7.01	6.94	0.07
	Volunteer Post	13	28.5	0.15	6.99	6.94	0.05
	Volunteer Pre	17.4	19		7.02	7	0.02
	Volunteer Post	17.8	18.4	0.3	6.98	6.94	0.04
	Figure 5.5.: Figure 5.6.:						
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PCr hydrolisis (%)

5.2 SPECTROAOMI clinical protocol

PCr hydrolisis (%)

Tau PCr (s) Tau improvement (%) rest pH Minimum pH pH change Paient 1 Pre 45

  Table summarizing PCr hydrolisis, PCr recovery constant time and pH change before surgery (Pre) and after surgery (Post) for the four patients of the SPECTROAOMI clinical protocol.

		.7	84.9		7.02	6.89	0.13
	Pa ent 1 Post	43.7	45.1	46.9	6.98	6.77	0.21
	Paient 2 Pre	41.9	53.8		6.96	6.79	0.17
	Pa ent 2 Post	48.9	47.4	11.9	6.95	6.76	0.19
	Paient 3 Pre	44.1	56		6.93	6.87	0.06
	Pa ent 3 Post	35	28.6	48.9	7.05	6.94	0.11
	Paient 4 Pre	45.8	94.2		7.01	6.91	0.1
	Pa ent 4 Post	63.8	71.2	24.4	7.02	6.92	0.1
	Figure 5.7.:						

Table 5 .

 5 [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF] shows the results of the PCr recovery constant time, pH and PCr hydrolisis for each patient, before and after surgery. We can see, for all patients, an increase of the PCr recovery constant time. The mean τ PCr improvement is about 33 %. A stack plot of raw phased spectra of one patient after surgery is given in figure5.8. In this figure, we can see the drop of PCr amplitude, which is the main frequency peak, and the increase of the Pi amplitude. The PCr, Pi and ATP amplitudes evolution time courses are shown in figure5.9. The ATP amplitude value is constant over time and during exercise. The PCr recovery curve and the associated mono-exponential fit are also shown in this figure.
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  [], p t = 0, Nexsbs = 0 Procedure: while p t < p do N exsbs = N exsbs + 1 t prev = -T s /Δt cs for t = 0 to T sig /Δt cs do if t ∈ P & (tt prev ) > T s /Δt cs then t prev = t, p t = p t + 1, {P t } pt = t

	end if
	end for
	end while
	2.5. MR Spectroscopy signal simulations

  2.25 Illustration of spatial interleaves for spiral MRI and MRSI for 2 spatial interleaves. One excitation is needed per spatial interleave. . . . . . . 2.26 Sequence chronogram of a CSI-spiral sequence, based on a spiral kspace sampling. Short echo times can be accessed with this type of sequence. It can also be combined with the PRESS technique, water suppression or OVS. . . . . . . . . . . . . . . . . . . . . . . . . . . . . 2.27 Illustration of termporal interleaves for spiral MRSI in the case of 3 temporal interleaves. The spiral length T spir is too long compared too the wanted spectral bandwidth. It is therefore nedded to do more acquisitions and excitations. After each excitation a delay is applied, proportionnaly to FID time sampling T res . . . . . . . . . . . . . . . . . 2.28 Illustration of the single pixel camera proposed by (Takhar, Duarte) . .

Table summarizing

 summarizing PCr hydrolisis, PCr recovery constant time and pH change the first time (Pre) and second time (Post) for the four volunteers of the reproducibility tests. . . . . . . . . . . . . . . . . . . 5.6 Standard deviation of the τ PCr for each volunteer (from 1 to 5), between the first and second time performing the exercise protocol (40 s rest, 2 min exercise with pushes every 2 s, 6 min rest). The mean standard deviation was 1.09 s. . . . . . . . . . . . . . . . . . . . . . . . . . . . . 5.7 Table summarizing PCr hydrolisis, PCr recovery constant time and pH change before surgery (Pre) and after surgery (Post) for the four patients of the SPECTROAOMI clinical protocol. . . . . . . . . . . . . . 5.8 Stack plot of raw acquired spectra (with a spatially non localized FID sequence with a saturation band placed on the tibialis anterior muscle) after phasing and signal apodization for the second patient before (left) and after (right) surgery for an exercise protocol including 30 s rest, 2 min exercise and 6 min rest. . . . . . . . . . . . . . . . . . . . . . . . . 5.9 PCr increase curve and corresponding fit a), PCr, Pi and ATP amplitudes evolution over time b) before surgery, and after surgery (c), d)) for the third patient. The exercise protocol included a 30 s rest, 2 min exercise and 6 min rest at the end. . . . . . . . . . . . . . . . . . . . . . . . . .

2.1 Physiology and phosphoylated compounds

Chapter 2 Context and theory basis

2.2 NMR basis

2.3 Signal processing and under-sampling

This paper deals with acceleration of multidimensional signal acquisition. The signal is assumed to have multiple discrete spatial dimensions where each point is time varying. The one-dimensional Fourier transform of the time evolution of each point is assumed to have an a priori known bounded support. The Fourier transform of the spatial domain is divided into several partitions, each of which can be sequentially acquired over time. We propose a method for undersampling the time dimension that enables interleaving of the samples to speed up signal acquisition. This method is applied to realistic simulated magnetic resonance spectroscopic imaging data, which leads to a reduction in the acquisition time by a factor of three.

Chapter 3 Time undersampled acquisition for multidimensional sparse signals with application to magnetic resonance spectroscopic imaging
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4.2 Sequence development for localized spectroscopy of 31 P

4.3 Fast spiral MRSI sequence development

Chapter 4 Sequence implementations and optimisations
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the acquisition window is as well, and this leads to a higher Signal to Noise ratio.

In the case of under-sampling the time dimension, less temporal interleaves would be required and thus the acquisition time would be reduced.

In order to estimate the number of temporal interleaves and thus the gain in terms of acquisition time with the use of an under-sampling and SBS, the following algorithm has been developed [START_REF] Karkouri | Time samples selection in spiral acquisition for sparse magnetic resonance spectroscopic imaging[END_REF]: The time-domain subsampling, below the Shannon-Nyquist rate, is allowed on the hypothesis of a sparse spectrum with an a priori known support. Then the nonzero components of the spectrum of each voxel are recovered using an overdetermined least square problem. When data are noise-free the recovered spectrum is exact. In the real-world noisy scenario the error in the recovered spectrum highly depends on the acquired samples. We reduce this error to an acceptable level by selecting irregularly the samples using the Sequential Backward Selection algorithm. A realistic simulated irregular spiral acquisition proves the feasibility of the proposed approach.

Index Terms-Magnetic resonance spectroscopic imaging, spiral spectroscopic imaging, k-space, compressed sensing, under-sampling to reduce the scan time and not the spatial support. Spatial and spectral information are acquired simultaneously in spiral acquisition while in [START_REF] Gao | Optimal k-space sampling in MRSI for images with a limited region of support[END_REF] conventional phase-phase k-space encoding was used. The paper is organized as follows: section 2 presents the proposed approach. Section 3 shows some results and a discussion follows. Finally a conclusion is given.

METHOD

Estimation of the spectrum support

In the particular case of in vivo MR spectroscopy, the spectrum support S is known. The chemical shifts (i.e resonating frequencies) of the different chemical compounds and metabolites are a priori known.In addition, measured B0 field inhomogeneity map to account for the peak linewidth (i.e the damping factor in the time domain) could be used to complete the support estimation. Note that the linewidth reduces the spectrum sparsity. An experimental approch could be also used to estimate the spectrum support. The support could be deduced from the spectrum acquired on the full volume of interest.

Spectrum reconstruction by Least-Square

Problem statement:

• given the sampled time domain FID signal y related to a kx-ky point in the discrete k space • find its non-zero spectrum samples in its a priori known support S. The FID signal y is a vector of size n related to its spectrum, also of size n, by:

Where F is the unitary discrete Fourier matrix of size n × n. We denote x s the restriction of x to its m non-zeros values (its support S). Then, we can restrict the Fourier matrix F to F s of size n × m, then (1) can be rewritten:

The columns of F s correspond to the non-zero samples of the spectrum. Acquiring p > m with p < n FID samples results in an over-determined equation system:

Where A is a p × m matrix obtain by selecting from F s the rows which correspond to the p-acquired elements from y.

Then we solve this system by Least-Square (LS):

Where * denotes conjugate and transpose. The matrix is fullrank [ [START_REF] Tao | An uncertainty principle for cyclic groups of prime order[END_REF], from Lemma 1.3 (proof for n prime)] and the recovery of x s is exact.