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Résumé

La caméra Compton est un dispositif d'imagerie gamma pour la tomographie par émission monophotonique (TEMP). Les améliorations qu'elle pourrait apporter aux applications médicales font l'objet de nombreuses études. Elles dépendent à la fois des développements instrumentaux et des techniques de traitement des données, dont la reconstruction tomographique est une étape-clé. Le but de cette thèse est d'améliorer les performances des algorithmes de reconstruction itératifs calculant le maximum de vraisemblance en mode liste (LM-MLEM). En imagerie avec une caméra Compton, le modèle d'acquisition est basé sur l'intégrale de l'intensité de la source sur des projections coniques. La modélisation des incertitudes de mesure influence fortement le résultat de LM-MLEM. L'une des contributions de cette étude est de montrer qu'un modèle plus précis de l'élargissement Doppler, validé avec la simulation Monte-Carlo, conduit à des images plus quantitatives. Une autre contribution est une méthode de régularisation par contrôle de la variation totale (TV) pour des données distribuées selon une loi de Poisson. La régularisation TV permet d'améliorer fortement la qualité des images pour les acquisitions à faible statistique rencontrées dans les applications de ce type d'imagerie. Nous avons également étudié l'apport de la déconvolution avec la fonction d'étalement du point dans le domaine de l'image, en conjonction avec la régularisation. Cette approche est utilisée pour corriger les effets physiques trop difficile à modéliser dans la fonction de transfert. Toutes les méthodes ont été validées avec des simulations Monte-Carlo. v 
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Introduction Objectifs

La médecine nucléaire dont application est largement exploitée en oncologie, neurologie et cardiologie, consiste à utiliser des composés radioactifs. Une fois le produit radiopharmaceutique injecté au patient, le rayonnement ionisant (habituellement un rayonnement gamma) sera émis, et détecté par un système d'imagerie. En montrant l'évolution temporelle (pharmacocinétique) et la biodistribution spatiale du radiotraceur dans le corps, l'imagerie en médecine nucléaire peut aider les médecins à diagnostiquer, à planifier ou à évaluer le traitement. L'invention des équipements d'imagerie et l'amélioration des technologies informatiques ont donné lieu à plusieurs avancées en médecine nucléaire. Aujourd'hui, les deux principales modalités d'imagerie en médecine nucléaire sont : la tomographie par émission de positons (TEP) et la tomographie par émission monophotonique (TEMP) avec systèmes de gamma-caméra. Le système TEP est utilisé pour exploiter la corrélation directionnelle entre les photons d'annihilation de l'émission de positons, tandis que le système TEMP est utilisé pour imager les rayonnements γ émis par le nucléide. Deux dispositifs d'imagerie différents sont proposés pour l'imagerie dans le système TEMP. L'un est la caméra collimatée basée sur une collimation mécanique, l'autre est la caméra Compton basée sur la collimation électronique. Seule la caméra collimatée est actuellement implémentée en clinique. Comparé à la caméra collimatée, l'avantage de la caméra Compton est la possibilité d'augmenter la sensibilité et la possibilité d'imager un grand spectre d'énergie. L'étude des améliorations que la caméra Compton pourrait apporter aux applications de médecine nucléaire est toujours en cours. Elle dépend à la fois des développements technologiques et des techniques de traitement des données, dont la reconstruction tomographique est nécessaire et difficile. En imagerie par caméra Compton, le modèle d'acquisition est basé sur l'intégrale de l'intensité de la source sur des projections coniques. En d'autres termes, la reconstruction de la distribution de la source n'est plus basée sur des projections linéaires comme dans la caméra collimatée, mais sur des projections coniques.

Le sujet de cette thèse est l'étude de la capacité de l'imagerie par caméra Compton en apportant des améliorations à l'algorithme itératif de reconstruction qui correspond au MLEM (Maximum Likelihood Expectation Maximization en anglais) en mode liste. Plus précisément, cette étude vise à améliorer la qualité des images reconstruites. Lors de la détection d'un photon, plusieurs facteurs influencent la qualité de la mesure, comme par exemple les processus physiques tels que l'atténuation, la diffusion et l'élargissement Doppler, la résolution imparfaite du détecteur, etc.. La modélisation des incertitudes de mesure dans la matrice du système influence le résultat de LM-MLEM fortement. L'une des contributions de cette étude est un modèle plus précis d'élargissement Doppler validé par la simulation Monte Carlo. Une autre contribution concerne une méthode de régularisation par la variation totale (TV) développée pour les données distribuées selon une loi de Poisson. Le débruitage TV est introduit dans la reconstruction MLEM comme une étape de régularisation, ce qui permet d'améliorer la qualité de l'image dans l'acquitision à statistique faible. Nous avons également proposé une méthode de déconvolution par la fonction d'étalement ponctuel régularisée (PSF) pour la récupération de la résolution dans l'espace image. Cette méthode permet d'améliorer le conditionnement du problème inverse en imagerie TEMP et TEP. Toutes les méthodes ont été validées par simulation Monte Carlo.

Organisation du manuscrit

Ce manuscrit est composé de quatre parties. La première partie présente certains processus physiques qui peuvent se produire pendant la détection du rayon γ. Ensuite elle introduit les deux modalités d'imagerie principales de médecine nucléaire : TEP et TEMP, et fait un état de l'art de plusieurs prototypes de caméra Compton. Ensuite, nous illustrons les algorithmes les plus utilisés pour la reconstruction tomographique de la caméra Compton. A la fin, nous présentons la simulation Monte Carlo que nous avons utilisée dans cette étude.

La deuxième partie présente les différents modèles mathématiques utilisés dans la reconstruction LM-MLEM. Nous décrivons d'abord l'algorithme LM-MLEM. Puis nous présentons quelques méthodes analytiques pour estimer la matrice de sensibilité. Après avoir résumé certains des modèles probabilistes pour l'estimation de la matrice du système, nous nous concentrons sur l'étude des incertitudes sur l'angle de diffusion introduite par l'effet Doppler. La fin de cette partie montre quelques résultats de reconstruction à partir de données obtenues par la simulation Monte Carlo.

La troisième partie présente les méthodes pour améliorer la résolution dans l'espace image de la reconstruction MLEM en trois étapes. Nous présentons d'abord les méthodes de débruitage TV dans la littérature et la régularisation TV adaptée à MLEM. Ensuite, nous étudions la déconvolution par la PSF pour récupérer la déformation de la reconstruction causée par la résolution de détection et d'autres effets physiques sauf l'effet Doppler. Enfin, nous présentons la combinaison de la reconstruction TV-EM et de la déconvolution PSF et montrons quelques résultats de reconstruction.

La quatrième partie traite de l'imagerie par caméra Compton pour le contrôle de qualité en hadronthérapie. Nous présentons d'abord la mise en place de la simulation de source γ-prompt et le prototype de caméra Compton développé par l'Institut de Physique Nucléaire de Lyon, puis le résultat de la reconstruction obtenue par l'algorithme TV-MLEM de l'émission de γ-prompts produits lors de l'irradiation d'un faisceau de protons. Dans cet exemple le nombre d'événements mesurés est très faible et nous n'avons pas appliqué toutes les méthodes développées pendant cette thèse. Cela aurait nécessité un travail de modélisation de l'effet Doppler à différentes énergies et le calcul des PSF pour cette configuration spécifique. Nous nous sommes concentrés sur l'application de la régularisation TV, ce qui permet déjà une amélioration de la qualité des images reconstruites.

Chapter 1 Introduction 1.1 Objectives

Nuclear medicine means to use radioactive compounds in medicine to image and treat human disease, of which the application is largely exploited in oncology, neurology and cardiology. After introducing the radio-pharmaceutical into the patient, the ionizing radiation (usually a gamma ray) will be emitted and detected by a γ imaging system. By showing the temporal course of the radiotracer in the body, nuclear medicine imaging can help physicians to diagnose, to plan or evaluate the treatment. The inventions of imaging equipment and the improvements in computing technologies have led to several breakthroughs in nuclear medicine. Nowadays the two major imaging modalities are: the positron emission tomography (PET), and the gamma camera system single photon emission computed tomography (SPECT). The PET system is used to exploit the directional correlation between annihilation photons emitted by positron decay, while the SPECT system is used to image gamma rays emitted by nuclide. Two different imaging devices are proposed for imaging in SPECT, one is the Anger camera based on mechanical collimation, another is the Compton camera based on electronic collimation. Compared to Anger camera, the advantage of Compton camera is the possibility of increasing the sensitivity and the possibility of imaging a wide range of energy spectrum sources. The detection of gamma radiation sources is now carried on by Anger cameras, and the investigation of the improvements that Compton camera may bring for nuclear medicine applications is still ongoing. It depends both on technological developments and data processing techniques, among which the tomographic reconstruction is currently a bottleneck. In Compton camera imaging, the acquisition model is based on the integral of the intensity of the source on conical shapes. In other words the reconstruction of distribution of the source is no longer based on linear projections like for Anger camera, but on conical projections.

The goal of this thesis is to investigate the capability of Compton camera imaging by improving the reconstruction performance of the most employed iterative algorithm, the List Mode Maximum Likelihood Expectation Maximization (LM-MLEM). More precisely, this study aims to ameliorate the quality of reconstructed images. During the detection of γ photons, several factors will influence the quality of measurement, e.g. physical processes such as attenuation, scattering and Doppler broadening, the imperfect detector resolution, etc. Modeling the measurement uncertainties in the system matrix can strongly influence the result of LM-MLEM. One of the contributions of this study is a more precise model for Doppler broadening validated by Monte Carlo simulation. Another contribution concerns a total variation (TV) regularization method developed for Poisson distributed data. The TV introduced in the MLEM reconstruction as a regularization step allows to improve the image quality in low-counts experiments. We also proposed a TV regularized EM reconstruction with point spread function (PSF) deconvolution for resolution recovery in the image space. This method can ameliorate the conditioning of the inverse problem for SPECT and PET modalities.

Thesis organisation

This manuscript is composed of four parts. The first part presents several common physical processes that might occur during the γ ray detection. Then introduces two main imaging modalities in nuclear medicine: PET and SPECT, and summarizes the state of the art on existing prototypes of Compton camera. Afterwards we illustrate some of the most used algorithms for Compton tomographic reconstruction. At the end, we will present the Monte Carlo simulation we used in this study.

The second part introduces the different mathematical models used in the LM-MLEM reconstruction. We first describe the LM-MLEM algorithm. Then propose and analyze different methods for calculating the sensitivity matrix. After summarizing some of the probabilistic models for the system matrix estimation, we focus on the investigation of uncertainties on the scattering angle and models for Doppler broadening. The end of this part investigates the validity of the different models with some reconstruction result obtained from simulated data.

The third part presents the resolution recovery methods in image space of MLEM reconstruction for Compton camera imaging by three steps. We first present the TV denoising methods in the literature and then introduce the TV regularization adapted to MLEM. Then we investigate the PSF deconvolution for recovering the deformation of reconstruction caused by the limited detection resolution and other physical effects except Doppler broadening. Finally, we present the combination of TV regularized EM reconstruction and PSF deconvolution on Compton camera imaging and show some reconstruction results.

The fourth part serves as a perspective of applying Compton camera imaging in hadron therapy. We first demonstrate the simulation setup of prompt gamma sources with the prototype of Compton camera developed by IPNL. Then present the reconstruction result obtained by the ameliorated algorithm TV-MLEM of γ emitted by secondary radiation of a pencil proton beam. In this configuration few events were measured and we didn't apply all the methods developed in this thesis. This would have required modeling the Doppler broadening at different energies and calculating PSF for this specific configuration. We only focused on the TV regularization, which already allowed to improve the quality of the reconstructed images.

Résumé en français

La médecine nucléaire consiste à utiliser des substances radioactives pour le diagnostic et le traitement de maladies, dont l'application est largement exploitée en oncologie, en neurologie et en cardiologie. En montrant le métabolisme de la radio-pharmaceutique in vivo, l'imagerie en médecine nucléaire permet d'évaluer le fonctionnement des organes et d'aider les médecins à diagnostiquer et à désigner ou surveiller le traitement. Les inventions d'appareils d'imagerie et les améliorations des technologies de l'information ont conduit à plusieurs progrès en médecine nucléaire. Lors de la détection des rayons γ, plusieurs processus physiques peuvent se produire. Ce chapitre présente d'abord les principales interactions photon-matière, puis deux modalités d'imagerie essentielles en médecine nucléaire : la tomographie par émission de positons (TEP) et la tomographie par émission monophotonique (TEMP). La caméra Compton est proposée comme une nouvelle option pour les détecteurs de rayons γ en TEMP. Après avoir résumé certains prototypes de la caméra Compton existants au monde, nous présentons les algorithmes de reconstruction des images. À la fin de ce chapitre, nous nous concentrons sur la simulation Monte Carlo que nous avons utilisée dans cette thèse.

Détection du rayons γ en médecine nucléaire

La détection du rayon γ est obtenue par l'interaction entre la particule γ et le matériau de l'équipement d'imagerie. Plusieurs processus physiques ont lieu lorsque le photon γ voyage dans la matière, dépendant à la fois du matériau et de l'énergie initiale des photons. La fonction générale d'un système d'imagerie par rayons γ est de fournir une image de la distribution de la radioactivité chez le patient à partir des rayons γ sortant du corps. Il existe deux principaux types de rayonnements d'intérêt pour la détection des rayons γ : les rayonnements d'annihilation qui surviennent après l'émission de positons, et les rayonnements γ émis par les noyaux excités. Les paires de photons d'annihilation suivant l'émission de positons sont détectés en TEP, tandis que les photons γ sont détectés par une caméra γ en TEMP. L'imagerie TEMP est réalisée par les caméras collimatées, dont un rayon γ passant par le trou du collimateur interagit avec le détecteur sensible. L'efficacité de detection pour la caméra collimatée peut être faible, car un certain nombre de photons frappant les collimateurs sont diffusés ou absorbés. La caméra Compton est donc proposée pour améliorer l'efficacité et la sensibilité.

Détecteur basé sur la diffusion Compton

La caméra Compton est une gamma caméra sans collimation mécanique qui permet d'imager des sources de photons en 3D. Dans un premier temps, un photon interagit dans le diffuseur où il transmet une partie de son énergie à un électron. Le photon diffusé peut encore interagir dans le premier détecteur, et est finalement absorbé dans le second détecteur. Une fois l'acquisition des photons terminée, on obtient un ensemble d'évènements qui définissent chacun un cone. A la différence de la tomographie classique, on a ici des projections sur des surfaces coniques.

La caméra Compton a été proposée dans les années 70 simultanément pour des applications d'imagerie astronomique [START_REF] Schönfelder | A telescope for soft gamma ray astronomy[END_REF]) et nucléaire (Todd et al. [1974]). Plusieurs prototypes (Schonfelder et al. [1984], [START_REF] Schindler | GRIP-2: A sensitive balloonborne imaging gamma-ray telescope[END_REF], Zoglauer et al. [2009a], [START_REF] Bandstra | Detection and imaging of the Crab Nebula with the nuclear Compton telescope[END_REF], Tatischeff et al. [2016]) ont été construits et exploités non seulement pour l'observation des sources γ cosmiques, mais aussi pour la surveillance des centrales nucléaires et des déchets avec le développement de détecteurs portatifs γ dopés suite au récent accident de Fukushima au Japon [START_REF] Harayama | A portable Si/CdTe Compton camera and its applications to the visualization of radioactive substances[END_REF], Iltis et al. [2018]).

La caméra simulée dans cette thèse est basée sur le prototype développé par l'Institut de physique nucléaire de Lyon (IPNL) en France (Krimmer et al. [2018]). Leur prototype est réalisé en Si/LaBr 3 . Nous allons détailler la géométrie, la résolution spatiale et énergétique dans la section 5.2 où nous montrons une reconstruction de gamma prompts détectés par ce prototype.

Tomographie Compton

Les méthodes de reconstruction tomographique pour l'imagerie par caméra Compton peuvent être classées en méthodes analytiques et itératives. Un algorithme analytique vise à reconstruire les images de distribution des sources directement à partir de projections. Au contraire de celuici, l'algorithme itératif vise à trouver la solution en utilisant l'évaluation par calcul itératif à partir de projections. La reconstruction par technique analytique permet de trouver rapidement la solution exacte pour un modèle continu. Cependant pour une acquisition réelle en imagerie radio-isotopique, la capacité de reconstruction est limitée. Les contraintes sont dues à un champ de vision limité, à des bruits importants et à d'autres facteurs supplémentaires, ce qui rend les méthodes itératives plus attrayantes en raison de la possibilité de modéliser tous ces facteurs. Notre contribution vise à l'algorithme itératif par maximisation de la vraisemblance (MLEM). Avant d'approfondir la méthode MLEM, cette section présente un bref aperçu de plusieurs méthodes analytiques et itératives existantes.

Simulation Monte Carlo

La simulation Monte Carlo est une technique d'échantillonnage statistique visant à résoudre des problèmes complexes en générant des expériences pseudo-aléatoires. Cette méthode suppose que le système à problèmes peut être exprimé par plusieurs densités de probabilités tirées de l'ajustement des données et de la théorie. Formellement développé par Stan Ulma et Von Neumann en 1947[START_REF] Eckhardt | Stan ulam, john von neumann, and the Monte Carlo method[END_REF], il est maintenant largement utilisé en physique, ingénierie, biologie, intelligence artificielle, etc. Dans l'étude de la physique des particules, cette méthode est utilisée pour concevoir des détecteurs, comprendre leur comportement et comparer les données expérimentales à la théorie Rogers [2006]. GEANT4 (GEometry and Tracking) est une boîte à outils conçue pour la simulation du passage des particules dans la matière à l'aide des méthodes de Monte Carlo, développées au CERN (Organisation européenne pour la recherche nucléaire). Il implique une fonctionnalité complexe comprenant des modèles physiques, la géométrie (l'information des détecteurs), le suivi (la trajectoire des particules dans la matière, y compris les désintégrations et les interactions) et la visualisation. Cette section présente deux outils de simulation Monte Carlo basés sur la plateforme GEANT4 : MEGAlib (Medium Energy Gamma-ray Astronomy Library) et GATE (GEANT4 Application for Emission Tomography). Nous avons utilisé ces deux outils de simulation pour générer les données utilisées dans cette thèse. Dans le chapitre 3 toutes les données simulées sont générées par MEGAlib. Les données de sources voxélisées dans le chapitre 4 sont générées par GATE.

Chapter 2

Compton camera in nuclear medicine

Nuclear medicine means to use radioactive materials for diagnosis and treatment of illnesses, of which the application is largely exploited in oncology, neurology and cardiology. By showing the metabolism of radio-pharmaceutical in vivo, nuclear medicine imaging can assess how organs function and help physicians to diagnose and plan or evaluate the treatment. Radioisotope decays are used to visualize specific internal processes or particular tissues. The measurement of gamma ray is important for radionuclide imaging diagnostics, in which the radio-pharmaceutical is injected into the patient and the emitted ionizing radiation (usually a γ ray) will be detected by imaging system. The detection of radiation is also used for monitoring in hadron therapy, in which the γ ray is generated by the nuclear reaction of the hadron within the body.

The inventions of imaging equipment and the improvements in computing technologies have led to several breakthroughs in nuclear medicine. This chapter first presents briefly the creation of γ ray during the radionuclide imaging and hadron therapy, then several common photon interactions that might occur during the γ detection are presented. We then describe the two main imaging modalities in nuclear medicine: the positron emission tomography (PET) and the gamma camera system single photon emission computed tomography (SPECT), among which the Compton camera (CC) is proposed as a new option for γ ray detectors. After summarizing several existing prototypes of CC, we will illustrate some of the most used algorithms for reconstruction. The end of this chapter introduces the Monte Carlo simulation we employed in this study.

Gamma ray detection in nuclear medicine

Gamma ray generation following radioactive decay

Radioactive decay is a process during which an unstable nucleus (parent) loses energy by emitting a particle or electromagnetic radiation and transforms into a stable or unstable nucleus (daughter). The unstable daughter will further decay until to be stable, which forms a decay chain. In nuclear medicine the three main categories of decay processes are: α decay, β decay and γ decay. γ photon is one of the particles that can be generated, or emitted during these processes. More precisely, the emitted particles in different decay modes can be distinguished as follows [START_REF] Chandra | Nuclear medicine physics: the basics[END_REF] In radionuclide imaging modalities such as SPECT, a radio-tracer containing radioisotope is injected into the patient, the short-lived excited nucleus decays into a more stable form and releases γ ray photons. The emitted γ photon will then travel through the body and interacts with the collimated detectors. In PET, the measured photons are generated by the annihilation of a positron emitted by the β + decay of the radioisotope that interacts with an atomic electron.

Moreover, in hadron therapy, the heavy charged particles, e.g. protons, carbon ions will be delivered into the patient, travel through matter (e.g. organ, tissue, blood) and lose their energy by ionization and nuclear interactions with the nuclei of matter. Two types of γ might be produced by the interactions: pairs of γ photons of specific energy generated by the annihilation of positron produced by the fragments, and prompt-γ emitted by the excited nuclear fragments in picosecond. The measurement of annihilated back-to-back photons can be carried out with PET, and the detection of prompt-γ can be realized by SPECT, for which Compton cameras are also under investigation. The measurement of γ generated by the nuclear reactions of the hadrons within the body is an option for monitoring the hadron therapy and assuring the quality of treatment.

Interaction of gamma rays

The detection of γ ray is achieved through the interaction between the γ particles and the imaging devices. Several physical processes will take place when the γ photon travels through the matter, which depend both on the material and the initial energy of the photon. Figure 2. 1(a) shows the different interactions that might occur related to different initial energy in silicon.

• Compton scattering

The Compton scattering is also called incoherent scattering, during this process the photon interacts with an electron loosely bound to the nucleus. The photon has energy E γ much larger than the binding energy E b . The photon transfers energy E e to the electron which recoils, then the photon scatters as E γ = E γ -E e through a scattering angle β. The scattering angle β can be deduced from energies E γ and E γ :

cos(β) = 1 -m e c 2 ( 1 E γ - 1 E γ ) (2.1)
where m e is the mass of an electron at rest and c is the speed of light. The probability that a photon with an energy E γ undergoes a Compton scattering through an angle β is given by the Compton scattering cross section. The Klein-Nishina formula enables to calculate this probability as a function of β, E γ and E γ :

K(β, E γ ) = r 2 e 2 ( E γ E γ ) 2 ( E γ E γ + E γ E γ -sin 2 β) (2.2)
where r e is the classical electron radius given by r e = e 2 4π 0 mec 2 with e the elementary charge and 0 the permittivity of free space. The electron is loosely bound to the nucleus of an absorber atom, so the cross section can only be approximated. Figure 2.1(b) shows the Klein-Nishina cross section as a function of Compton scattering angle β at different initial energies of photon. The higher the initial energy is, the higher is the possibility to have a smaller scattering angle β. In CC imaging the reconstruction of photon emission is based on conical projections. The half-opening angle of cone β is deduced from the energies E γ , E e . Since the electrons are in motion around the nucleus, which leads to the Doppler broadening, the measurement of energies will not reflect only one Compton scattering angle, but various angles around it. The half-opening angle can only be approximated and this actuality should be considered in the modeling of imaging. We will detail the modeling in CC imaging in the following. 

• Photo-electric absorption

In photo-electric absorption the photon interacts with a tightly bound orbital electron of an absorber atom. This process occurs when the γ photon has energy E γ from a few eV to over 1 MeV. The γ energy E γ largely exceeds the binding energy E b of electron, which will lead to the ejection of the electron. Figure 2.3 shows the diagram of photo-electric absorption. During the absorption the photon will transfer all its energy to the electron and disappear, and the electron will be ejected with kinetic energy E e :

E e = E γ -E b (2.
3)

• Rayleigh scattering

Rayleigh scattering is also called coherent scattering, during this process the photon interacts with the total atom and loses none of its energy. No energy is transferred from the photon to the electron, and the photon is scattered through a relatively small scattering angle β. Although Rayleigh scattering is often ignored in radiation dosimetry because there is no energy transferred, it might plays a relevant role at low energies, as the scattered photon deviates from the original trajectory.

• Electron-positron pair creation

This process happens when the incident photon energy E γ exceeds 2m e c 2 = 1.022 MeV.

During this process the photon only interacts in the Coulomb electric filed of atomic nucleus or orbital electrons and creates an electron-positron pair. In some cases triplet production might also occur. The photon will be fully absorbed, a part of its energy transfers to a mass of an electron-positron pair, the rest energy transfers in the form of kinetic energy to the created pair. The momentum is transferred to the nucleus or the electron. The positron combines with an electron and both annihilate, producing two γ rays of 511 keV in opposite direction. Figure 2.5 shows the diagram of nuclear pair production and further positron annihilation. The electron-positron pair creation is the basic process in PET.
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γ-ray imaging modalities

The general function of a γ ray imaging system is to provide an image of the radioactivity distribution in the patient from γ rays exiting the body. There are two main types of radiation of interest in γ ray detection: annihilation radiation (γ±) arising after positron emission, and the γ ray emission from excited nuclei. The annihilation photons from positron emission are detected with PET, and the single γ photons are detected with a γ camera in SPECT.

• PET

PET uses a radiotracer labeled with some radioactive material, e.g. 18 F, 15 O, 13 N, 11 C, being chosen by which organ and function are supposed to be observed, that decays by β + and emits positrons. One emitted positron will annihilate with one electron and then gives two back-to-back 511 keV photons. The coincidence detection is based on the arrival times of the two photons. The pair of photons in coincidence defines a line of response (LOR) through the point of annihilation, so-called as electronic collimation. The source position is located along the LOR which connects the two detector elements and projections are obtained by several detectors placed around the patient. The image can then be reconstructed from the projections. The width of LOR is non-zero because of the spatial and time resolution. Not all the recorded coincidence events are true coincidences, but can be scattered, random or multiple coincidence. The figure 2.6 shows the detection of two back-to-back photons. Scattered coincidence takes place when one or both of the photons from a single positron annihilation is scattered by the patient. Random coincidence occurs when two photons originating from different annihilations are detected as a true coincidence. The aim of PET is to record the true coincidence. Other physical processes such as attenuation will also contribute to noise in PET. Several techniques are developed to meet the need of accurate datasets. The fusion of two medical imaging devices into one physical unit, e.g. PET/MR, PET/CT were developed. A combined CT/PET technique benefits from an additional anatomy information that helps to correct the scatter and attenuation and can provide more precise location of the lesion [START_REF] Beyer | A combined PET/CT scanner for clinical oncology[END_REF]). The time-of-flight (TOF) PET were built in the 1980s [START_REF] Michel M Ter-Pogossian | Super PETT I: a positron emission tomograph utilizing photon time-of-flight information[END_REF], [START_REF] Gariod | The LETI positron tomograph architecture and time of flight improvements[END_REF]) and a number of TOF-PET were developed to reduce statistic noises in the reconstruction and the random coincidence event rates [START_REF] Tom K Lewellen | Time-of-flight PET[END_REF], [START_REF] Mazoyer | Physical characteristics of TTV03, a new high spatial resolution time-of-flight positron tomograph[END_REF], [START_REF] Surti | Update on time-of-flight PET imaging[END_REF]). More recently, the digital photon counting (DPC) PET system developed by Philips has allowed to count photons directly without analog post-processing. Therefore the information for image reconstruction are collected with high efficiency and accuracy [START_REF] Miller | Characterization of the vereos digital photon counting PET system[END_REF]) and makes better lesion detection possible. Compared with SPECT, the main advantage of PET imaging is the higher sensitivity and spatial resolution, as well as its capability to perform quantitative measurements within shorter scan times.

• SPECT

SPECT is an imaging system to image γ rays emitted by radionuclide, usually designed for detecting energies in the order of tens to few hundreds of keV. In contrast to PET where pairs of photons are imaged, in gamma cameras single photons are imaged. The gamma camera, or Anger camera [START_REF] Anger | Use of a gamma ray pinhole camera for in-vivo studies. Use of a gamma ray pinhole camera for in-vivo studies[END_REF]), is composed of four basic elements (Cherry et al. [2012]): the collimator, which defines the LOR; the radiation detector, which counts incident γ photons; the computer system, which reconstructs the 3D images from the projections; the gantry system, which supports and moves the gamma camera and patient. detection is based on photoelectric absorption of the photon in a scintillating crystal, followed by measurement of visible light.

Since physical collimators are needed in order to reject photons that are not within a small angular range, the efficiency can be low as a large number of photons hits the collimators are scattered or absorbed. The sensitivity of detection depends largely on the collimators, which makes the optimal design of the collimators essential. Another possible solution for improving the efficiency and the sensitivity is to use a Compton camera (CC).

A CC is composed of several position sensitive γ ray detectors. In the model of detection by CC, the incident γ ray first interacts with the element of one of these detectors and undergoes a Compton scattering, then the escaped γ ray will interact with another detector which records the position and deposited energy of second interaction. If the scattered γ ray transfers all its energy to the second detector, the initial energy can be determined by the sum of the two energies detected. The direction of the scattered γ ray can be determined from the two recorded positions, the scattering angle is determined from the initial and the first recorded energy, and the emission position of the γ ray is located on a cone shell centered on the scattered ray direction with half-opening angle that equals to the scattering angle.

The idea of using a CC is to have a large acceptance angle and identify the direction
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of an incoming γ ray by using a coincidence mechanism based on Compton scattering instead of using the collimator based mechanism. However, in CC imaging the reconstruction is based on the conical projection defined by Compton scattering angle and photon trajectory, which makes the reconstruction process more complex than the one based on line projection. Previous works attempted to benchmark the CC with respect to the collimated camera from the point of view of detection efficiency and imaging capabilities. It is widely acknowledged that at energies superior to three or four hundred of keV, CC devices allow an increase in efficiency of one or two orders of magnitude [START_REF] Gormley | Experimental comparison of mechanical and electronic gamma-ray collimation[END_REF], Han et al. [2008]). Recently, a factor of 20 was found in simulations when compared the General Electric HealthCare Infinia SPECT with a CC prototype currently under development (Fontana et al. [2017]).

Although CCs could be of interest (Singh and Doria [1983], 

Compton scattering based imaging detectors

The CC was proposed during the 70's simultaneously for astronomical [START_REF] Schönfelder | A telescope for soft gamma ray astronomy[END_REF]) and nuclear medicine (Todd et al. [1974]) imaging applications. Several prototypes (Schonfelder et al. [1984], [START_REF] Schindler | GRIP-2: A sensitive balloonborne imaging gamma-ray telescope[END_REF], Zoglauer et al. [2009a], [START_REF] Bandstra | Detection and imaging of the Crab Nebula with the nuclear Compton telescope[END_REF], Tatischeff et al. [2016]) have been built and exploited for the observation of cosmic γ sources, or for monitoring nuclear plants and waste with the development of handheld γ-detectors boosted by the recent accident in Fukushima, Japan [START_REF] Harayama | A portable Si/CdTe Compton camera and its applications to the visualization of radioactive substances[END_REF], Iltis et al. [2018]). A research group at the University of Michigan (Du et al. [2001]) built a prototype of camera based on two 3D position-sensitive CZT detectors. The prototype is then developed in [START_REF] Lee | Mini Compton camera based on an array of Frisch-grid CdZnTe detectors[END_REF] and [START_REF] Wahl | The Polaris-H imaging spectrometer[END_REF], and has been widely used in US nuclear power plants for monitoring. The group of Kyushu University, in collaboration with the Cyclotron Center in Institute of Physical and Chemical Research (RIKEN) in Japan and the Institute of Modern Physics of Chinese Academy of Sciences, built a camera for multi-tracer imaging (Yang et al. [2001]). Their prototype is composed by two detectors made of Germanium and the detected energy is from 100 keV to 2 MeV. Another prototype made of Si/CdTe is developed by [START_REF] Takeda | Demonstration of invivo multi-probe tracker based on a Si/CdTe semiconductor Compton camera[END_REF] in the Institute of Space and Astronautical Science, Japan Aerospace Exploration Agency (ISAS/JAXA), the University of Tokyo and the RIKEN Center for Molecular Imaging Science in Japan, the detected energy is several hundreds keV. The same group had built a portable commercial camera [START_REF] Harayama | A portable Si/CdTe Compton camera and its applications to the visualization of radioactive substances[END_REF]) and field test had gone through in Fukushima for particle detection. Their prototype consists of 2 layers of Si double-sided strip detectors and 3 layers of CdTe double-sided strip detectors and the angular resolution at 662 keV can reach a FWHM of 2.2%. In Kishimoto et al. [2017], a spatial resolution better than 3 mm FWHM and an intrinsic detection efficiency of 0 [START_REF] Nakano | Imaging of 99m Tc-DMSA and 18 F-FDG in humans using a Si/CdTe Compton camera[END_REF]) for two radiopharmaceuticals 99m Tc-DMSA and 18 F-FDG. The investigated CC was made of Si/CdTe. Their study proved that the Compton camera as a new modality might enable the multi-tracer imaging in nuclear medicine diagnosis.

For γ energies above 1 MeV, the pair production cross-section increases rapidly and becomes comparable with the Compton cross section. This phenomenon is not desired in CC because it produces two annihilated photons which can escape the detection. LaBr 3 is capable to produce Compton processes even for these energies (Ortega et al. [2015]). Several proposed prototypes have used LaBr 3 for absorbers (Frandes et al. [2010], Fontana et al. [2017], Krimmer et al. [2018], Ortega et al. [2015], Taya et al. [2016]). The detectable energy can range from several hundreds keV to 50 MeV.

The prototype developed by the German group (Rohling et al. [2017]) in the OncoRay-National Center for Radiation Research in Oncology/Helmholtz-Zentrum Dresden-Rossendorf (HZDR) used CZT as scatter layer and LSO as absorber. Their prototype is built for in vivo range verification in proton therapy. The Spanish group Instituto de Física Corpuscular (IFIC) in Valencia, investigated a prototype based on Si/LaBr 3 for dose monitoring in hadron therapy (Llosá et al. [2010]) in collaboration with Laboratoire de l'Accélérateur Linéaire (LAL) in France. Another prototype was built by l'Institut de physique nucléaire de Lyon (IPNL) in France and several materials (LYSO, NaI, BGO, LaBr 3 ) for absorber were investigated (Richard et al. [2012]).

The CC simulated in this thesis is inspired from the prototype designed by IPNL (Krimmer et al. [2018]). The detectors are made of Si (scatterer) and LaBr 3 (absorber). We will detail the geometry, the spatial and energy resolution of the prototype in Krimmer et al. [2018] in section 5.2, in which we tried to reconstruct a prompt gamma distribution detected by this prototype. 

Compton tomographic reconstruction: state of the art

Tomographic reconstruction methods for CC imaging can be classified into two classes: analytic and iterative algorithms. The analytic algorithm aims to reconstruct in one step the source distribution images directly from projection, while the iterative algorithm aims to find the solution by using iterative computation. Analytic reconstruction can find the exact solution rapidly for continuous model, but for real acquisition in radioisotope imaging the capability of reconstruction is limited. The constraints come from the facts of limited field of view, significant noise and other additional factors, e.g. γ ray attenuation, scattering, etc., which makes the iterative methods more attractive because of the facility to model all those factors.

Our study contributed to the iterative algorithm and mainly extended the maximum likelihood expectation maximization (MLEM). Before focusing on the MLEM method, this section will present a brief overview of several existing analytic and iterative methods.

Analytic methods

Analytic reconstruction technique intends to find the source distribution by a direct inversion of the projections. The image can be reconstructed from projections of a single scattering angle, or from the summation of projections over scattering angles. Several algorithms have been proposed since 1990. Cree and Bones [1994] presented two analytical algorithms based on integral transformation of a set of restricted cone-surface projection, only the γ rays scattered perpendicularly to the detectors are used. When the counting statistics are low the number of useful data is limited. This constraint was withdrawn in Maxim et al. [2009] by averaging the images reconstructed from each set of cone-surface projections defined by angles determined from the scattered γ ray with the detector. Since the useful data is augmented, the signal to noise ratio (SNR) is increased. Other methods that express the solution in terms of series expansion in spherical harmonics were proposed by [START_REF] Basko | Application of spherical harmonics to image reconstruction for the Compton camera[END_REF], [START_REF] Parra | Reconstruction of cone-beam projections from compton scattered data[END_REF], Tomitani and Hirasawa [2002] and [START_REF] Hirasawa | An analytical image reconstruction algorithm to compensate for scattering angle broadening in Compton cameras[END_REF]. The cone surface projections are transformed into plane projection by using spherical harmonic coordinates. An analytical inversion formula of Compton projections was first formulated by [START_REF] Basko | Application of spherical harmonics to image reconstruction for the Compton camera[END_REF] without considering the distribution of possible scattering angles. Then [START_REF] Parra | Reconstruction of cone-beam projections from compton scattered data[END_REF] developed a direct inversion from the full projections that cover all different scattering angles. Tomitani and Hirasawa [2002] proposed a practical analytical algorithm which is applicable to projection data for a limited range of scattering angles, the effect of the broadening of Compton scattering angle is not considered. The shortcoming of neglecting this uncertainty is that for low energy γ rays, the broadening of the Compton scattering angle can be very large, thus the reconstructed image will not have a satisfying spatial resolution. Then in [START_REF] Hirasawa | An analytical image reconstruction algorithm to compensate for scattering angle broadening in Compton cameras[END_REF] authors developed an analytic method more adapted for low energy γ ray (approximately 150 keV) with the effect of broadening incorporated. It was shown in Cree and Bones [1994] that an infinitely large planar detector offers a complete geometry, and the source can be perfectly reconstructed even from only events corresponding to cones with axes perpendicular to that plane. A method allowing to consider arbitrary axis directions was proposed in Maxim [2014], and the supplementary data is used for noise reduction. Despite some attempts to find a complete acquisition geometry and associated analytic reconstruction algorithms (Smith [2005], Kuchment and Terzioglu [2017], Palamodov [2017]), for the moment there is no realistic configuration guaranteeing complete data sets and perfect reconstruction. More recently, a new inversion formula for a weighted conical Radon transform modelling Compton camera data is developed in [START_REF] Voichiţa | Enhancement of compton camera images reconstructed by inversion of a conical radon transform[END_REF].

Analytic reconstruction methods provide a direct mathematical solution and can be very fast compared to iterative methods. However, due to the limited capability of accurate modeling of emission and detection process, the reconstructed image often loses resolution and has high level of noise.

Iterative methods

Unlike the analytic methods, the iterative methods intend to approximate the solution by iteratively adapting the reconstruction to the measured projections. The first iterative reconstruction was proposed by [START_REF] Ronald | Strip integration in radio astronomy[END_REF] for radioastronomy and [START_REF] Gordon | Algebraic reconstruction techniques (ART) for three-dimensional electron microscopy and X-ray photography[END_REF] for electron microscopy and X-ray photography. Iterative algorithms can be categorized in algebraic methods and statistical methods. The first class includes the algorithms like: the Algebraic Reconstruction Technique (ART) [START_REF] Gordon | Algebraic reconstruction techniques (ART) for three-dimensional electron microscopy and X-ray photography[END_REF], [START_REF] Knöös | A method for conversion of Hounsfield number to electron density and prediction of macroscopic pair production cross-sections[END_REF]), the Simulatenous Iterative Reconstruction Technique (SIRT) [START_REF] Anders | Simultaneous algebraic reconstruction technique (SART): a superior implementation of the ART algorithm[END_REF], [START_REF] Gilbert | Iterative methods for the three-dimensional reconstruction of an object from projections[END_REF]), and the iterative least-squares techniques. The second class includes algorithms with or without a priori information about the source, among which the MLEM [START_REF] Shepp | Maximum likelihood reconstruction for emission tomography[END_REF], Lange and Carson [1984], [START_REF] Scott J Wilderman | List mode EM reconstruction of Compton scatter camera images in 3-D[END_REF], Sauve et al. [1999]) is one of the most used algorithms and ordered subset expectation maximization (OSEM) (Hudson and Larkin [1994]) as its variant. Alternative methods can be derived using Bayesian approach, e.g. Maximum A Posteriori (MAP) method (Lange and Carson [1984]), MAP-EM one step late (OSL) method [START_REF] Green | Bayesian reconstructions from emission tomography data using a modified EM algorithm[END_REF]), Maximum Entropy (ME) method [START_REF] Skilling | Maximum-entropy image processing in gamma-ray astronomy[END_REF]). In [START_REF] Andreyev | Stochastic image reconstruction method for Compton camera[END_REF] a different method is proposed by using a Stochastic Origin Ensemble (SOE) method based on Markov chain. The iterative methods are now carried out for PET and SPECT with sinogramed data, for CC imaging the iterative process is the same but the modeling of system matrix is different and the distribution of dose is reconstructed from listmode data. The measurement space of CC is often much larger than that of PET or SPECT, which leads to a larger system matrix that cannot be stored and should be calculated in each iteration. The definition of system matrix and the modeling is detailed in the next chapter.

Simulation by Monte Carlo method

Monte Carlo simulation is a statistical sampling technique aiming to solve complex problems by generating stochastic experiments. This method assumed that the problem system can be expressed by several densities of probabilities driven from data fitting theory. Formally developed by Stan Ulma and Von Neumann in 1947 [START_REF] Eckhardt | Stan ulam, john von neumann, and the Monte Carlo method[END_REF]), it is now widely used in physics, engineering, biology, artificial intelligence, etc. In the study of particle physics, this method is used for designing detectors, understanding their behavior and comparing experimental data to theory [START_REF] Dwo | Fifty years of Monte Carlo simulations for medical physics[END_REF]). Among several other Monte Carlo codes, GEANT4 is a toolkit designed for the simulation of the passage of particles through matter using Monte Carlo methods, developed at CERN (European Organization for Nuclear Research). It involves a complex functionality, including physics models, geometry (the information of detectors), tracking (particle track through the matter including decays and interactions) and visualization. This section presents two Monte Carlo simulation toolkits based on the platform GEANT4 (GEometry ANd Tracking): MEGAlib (Medium Energy Gamma-ray Astronomy Library) and GATE (GEANT4 Application for Emission Tomography). We used these two simulation toolkits to generate the data employed in this thesis. In chapter 3 all the simulated data are generated by MEGAlib. The voxelized source data in chapter 4 are generated by GATE.

MEGAlib

MEGAlib is a set of software tools designed for simulation and analysis of the data of γ ray detectors. Originally developed by Zoglauer et al. [2009a] for astrophysics and expended in various domains such as medical imaging, environment monitoring, this toolkit comprises a set of necessary libraries for a complete data analysis chain, from data acquisition to image reconstruction. In our study the used programs are: Geomega, Cosima, Revan, Sivan.

Geomega

Geomega is the detector geometry package. The description of volume and materials are set in a *.geo file, the detector profile is set in a *.det file. The information of source is set in *.source file. The whole geometry is presented by a *.geo.setup file. The main reference for Geomega can be found in Zoglauer et al. [2009b].

Cosima

Cosima is a simulation tool based on the GEANT4. It produces an output *.sim file containing the pure hits, i.e. sequences of interactions in detectors without error. These events can be analyzed or transferred into interaction processes (Compton scattering, pair production, etc.) by the program Sivan and Revan.

Sivan

Sivan is one of the analysis programs for providing the event reconstruction from simulated data. It produces the ideal data from pure hits: no errors of energy or position are added. This program aims to determine responses and the maximum possible efficiency of an event reconstruction algorithm. 

Revan

Revan intends to provide a more realistic event reconstruction. It can transfer the events from pure hits to interaction processes, e.g. Compton, pair, etc. The uncertainties are introduced to the energy and position measurement according to the resolution of detector.

Mimrec

Mimrec is a reconstruction tool that can read the analyzed data and reconstruct the image of source by list-mode MLEM algorithm. Besides, Mimrec can also handle other analysis such as energy spectra, ARM resolution scatter-angle distribution, etc.

Simulation and reconstruction with MEGAlib

The interactive display of simulation geometry and reconstructed image is realized by ROOT's standard or openGL display. The figure 2.8 is a demonstration of two CC generated by the display of Geomega. The detail of the camera will be given in chapter 3 section 3.3.1.

A source composed of seven point-like sources emitted at 511 keV was simulated, the distance between two nearest neighbors was 3 cm. The center of the source was set 10 cm in front of the single camera. There were 2 × 10 6 photons emitted in total. After the analysis of Revan there were 39,636 triggered events (detected), among which the Compton event counts were 28,124. Figure 2.9 shows the energy spectrum and the Compton sequence reconstruction analyzed by Revan. Figure 2.10 is the reconstruction of images obtained and displayed by Mimrec. In this thesis the Compton camera module in GATE is used in chapter 4, the version is developed by [START_REF] Etxebeste | A GATE module for Compton camera imaging simulation[END_REF]. This new version is validated against experimental data obtained by MACACO prototype built at IFIC in Valencia [START_REF] Muñoz | Performance evaluation of MACACO: a multilayer Compton camera[END_REF]). The interest of this new module in GATE is that one can compare the performance of different CC imaging systems under the same analysis in medical experimental setting. The simulated data of GATE in chapter 4 was generated by ideal mode with ideal detector: the measurement is supposed to be perfect without uncertainties.

Conclusion

We present the creation of γ ray during the radionuclide imaging and hadron therapy. Several common photon interactions that might occur during the γ detection are summarized. We also describe the two main imaging modalities in nuclear medicine: PET and SPECT, among which the CC is proposed as a new option for γ ray cameras. We summarize several existing prototypes of CC and illustrate some of the most used algorithms for reconstruction. The Monte Carlo simulation toolkits we employed in this study are also introduced. In the next chapter we will present the list-mode MLEM algorithm for reconstruction of CC imaging.

Yuemeng FENG (a) An isotropic source is set in front of a double layers CC. The green lines indicate the γ ray emitted from the source, the number of events emitted is 100. The simulated source is composed of seven point-like sources at 511 keV. 

Part III

MLEM reconstruction

Résumé en français L'algorithme MLEM en mode liste

Nous considérons ci-après que le volume contenant la source des photons est divisé en voxels indexés sur j = 1, . . . , J. Le nombre de photons émis par le voxel j est noté x j . Nous échantillonnons l'espace de données par i = 1, . . . , I et nous notons y i le nombre de photons détectés en i. t ij représente la probabilité qu'un photon émis par un voxel j soit détecté en i, t ij = P (detecté en i | émis par j).

Si le nombre de photons émis par la source est suffisamment grand, l'équation linéaire T x = y est valable approximativement, avec T = (t ij ) 1≤i≤I,1≤j≤J la matrice de transfert ou la matrice système. En pratique, le nombre de photons émis est souvent trop faible et cette équation n'est vérifiée qu'en moyenne. Avec λ le vecteur des moyennes des x i et µ le vecteur des moyennes des y i , nous avons T λ = µ.

Trouver le nombre de particules émises dans un voxel n'est pas possible, et les méthodes de reconstruction ont pour but d'estimer sa moyenne (MLEM, Lange and Carson [1984], [START_REF] Scott J Wilderman | List mode EM reconstruction of Compton scatter camera images in 3-D[END_REF], Sauve et al. [1999]) ou de déterminer sa distribution a posteriori (SOE [START_REF] Andreyev | Stochastic image reconstruction method for Compton camera[END_REF]). Résoudre le problème précédent serait une tâche simple si µ était connu.

Cependant, seulement les y i sont connus. L'émission radioactive suit une distribution de Poisson, par conséquent nous pouvons supposer que y i ∼ P(µ i ), avec la densité de probabilité :

p(y i ) = e -µ i µ y i i y i ! .
A partir de là, la fonction de vraisemblance des données mesurées est la suivante :

L(Y |λ) = Π i p(y i |µ i ) = Π i e -µ i µ y i i y i ! .
Le vecteur inconnu λ (la solution de T λ = µ) peut alors être déterminé en maximisant la fonction de vraisemblance, ou de façon équivalente :

ln(L(Y |λ)) = i   - j t ij λ j + y i ln( j t ij λ j ) -ln(y i !)   .
Ce problème d'optimisation peut être résolu classiquement en déterminant les zéros du gradient car le logarithme de la vraisemblance est une fonction concave. Les conditions Karush-Kuhn-Tuker (KKT) qui imposent la positivité du λ j peuvent être ajoutées. Enfin, la solution du maximum vérifie :

λ j = λ j i t ij i t ij y i k t ik λ k .
Cependant, cette expression n'est pas très utile pour la détermination des intensités moyennes d'émission λ. Un algorithme numérique doit être utilisé pour résoudre le maximum de vraisemblance. La descente du gradient n'assure pas la positivité de la solution. Une meilleure approche consiste à appliquer l'algorithme de maximisation de l'espérance (EM) de Dempster et al. [1977]. L'estimation itérative de maximum de logarithme de vraisemblance à partir d'observations incomplètes par l'algorithme EM a d'abord été proposée par [START_REF] Dempster | Maximum likelihood from incomplete data via the EM algorithm[END_REF] puis adaptée à la tomographie par [START_REF] Shepp | Maximum likelihood reconstruction for emission tomography[END_REF], Lange and Carson [1984]. Il a été adapté plus tard pour les données en mode liste dans [START_REF] Donald | Image reconstruction from list-mode data in an emission tomography system having time-of-flight measurements[END_REF] et Wilderman et al. [1998].

On appellera Y le vecteur de mesures incomplètes, et X le vecteur de l'émission complète non observable. Avec x ij comme le nombre de photons émis dans le voxel j et détectés dans l'index i, nous avons t ij λ j la valeur moyenne de x ij , y i = j x ij . L'expression de la log-vraisemblance pour un ensemble de données complet devient :

ln(L(X|λ)) = i j [x ij ln(t ij λ j ) -t ij λ j -ln(x ij !)] .
Suivant Lange and Carson [1984], l'étape (E) de l'algorithme EM consiste à calculer l'espérance conditionnelle de la log-vraisemblance par rapport aux données mesurées après renouvellement de ln(t ij λ j ) :

E(ln(L(X|λ))|Y, λ (l) ) = i j (-t ij λ j + E(x ij |y i , λ (l) )ln(t ij λ j )) + constante où : E(x ij |y i , λ (l) ) = t ij λ j (l) k t ik λ k (l) y i
Le but de l'étape (M) est de trouver le λ (l+1) estimé qui maximise l'espérance E(ln(L(X|λ))|Y, λ (l) ). Prendre les dérivées de cette espérance conduit à :

∂E ∂λ j = - i t ij + 1 λ j i t ij λ j (l) k t ik λ k (l) y i = 0
qui mène finalement à la formule MLEM :

λ (l+1) j = λ (l) j s j i t ij y i k t ik λ k (l)
où s j = i t ij est la sensibilité de détection, qui est la probabilité de détection pour un photon émis par le voxel j.

Pour les données en mode liste (LM), un échantillonnage très fin de l'espace de données conduit à mesure au plus un photon par classe. Nous avons alors y i = 1 si un photon a été détecté en i, et y i = 0 sinon. Les t ij sont calculés uniquement dans l'espace de données détectés I. Puisque T est souvent une grande matrice qui ne peut pas être stockée et doit être calculée à chaque itération, le mode liste peut aider à réduire le coût du calcul. Nous avons s j = I+I t ij , le I indique l'espace des évènements non réalisés. La valeur de s j ne peut plus être calculée par la somme des t ij car en mode liste t ij sont calculés uniquement en I.

La formule LM-MLEM peut être exprimée comme :

λ (l+1) j = λ (l) j s j i∈I t ij k t ik λ (l) k

Modèle de l'imagerie par la caméra Compton

Comme mentionné précédemment, une caméra Compton est composée de deux détecteurs : le diffuseur et l'absorbeur. Une coïncidence Compton, ou un évènement Compton, se produit lorsqu'un photon émis par la source subit plusieurs interactions, parmi lesquelles au moins une interaction doit être la diffusion Compton. On note E 1 l'énergie déposée lors de la première diffusion Compton. Cette énergie peut également être notée E e , avec e correspondant au fait que l'énergie est transférée à l'électron. L'angle β de diffusion Compton peut être calculé à partir de E 1 par :

cos β = 1 - E 1 m e c 2 E 0 (E 0 -E 1 )
Pour estimer β par cette equation, l'énergie initiale du photon E 0 doit être connue, ou au moins estimée par l'énergie totale déposée dans le détecteur. E 0 est notée E γ dans le chapitre précédent. Nous ne présentons pas ici les évènements comportant trois interactions ou plus, dont il n'y a pas besoin de connaître l'énergie initiale : l'angle de diffusion peut être déduit à partir de l'information sur l'énergie et la position des interactions [START_REF] Aprile | Compton imaging of MeV gamma-rays with the liquid xenon gamma-ray imaging telescope (lxegrit)[END_REF], [START_REF] Boggs | Event reconstruction in high resolution Compton telescopes[END_REF], [START_REF] Kroeger | Three-compton telescope: theory, simulations, and performance[END_REF], Ortega et al. [2015]).

Les positions de la première et de la deuxième interaction sont notées V 1 et V 2 . Nous pouvons déduire que le photon a été émis quelque part sur la surface d'un cône

C (V 1 , V 2 , β) avec le sommet V 1 , l'axe de direction --→ V 2 V 1 et le demi-angle d'ouverture β.
Le modèle de projection conique est montré dans la figure 3.1. Cette forme conique apparaît alors dans la définition de la probabilité définissant les éléments dans la matrice du système t ij dans la section 3.1. Notant qu'avec des incertitudes énergétiques considérées, la surface conique devient une coque. L'épaisseur et la consistance interne de la coque dépendent du modèle des incertitudes.

Dans les sections qui suivent, nous rappelons quelques-unes des formules trouvées dans la littérature sur le calcul du vecteur de sensibilité et de la matrice du système, puis nous nous concentrons sur la description des incertitudes d'énergie. Nous avons divisé ces dernières en deux classes selon la cause : l'effet Doppler inévitable, qui est lié au fait que la diffusion se produit sur un électron en mouvement ; et les incertitudes de mesure dues à la résolution imparfaite des détecteurs. La résolution imparfaite des détecteurs entraînera non seulement les incertitudes énergétiques, mais aussi des incertitudes spatiales. En outre, d'autres incertitudes peuvent également être introduites en raison de plusieurs effets physiques tels que la diffusion, l'atténuation, etc. Pour traiter les artefacts causés par des incertitudes autres que l'effet Doppler, nous proposons d'appliquer des méthodes pour récupérer la résolution des images, utilisant la deconvolution de la PSF et la régularisation.

Méthodes de calcul du vecteur de sensibilité

La sensibilité représente la probabilité qu'un photon émis par un volume soit détecté par la caméra. Le vecteur de sensibilité contient la valeur de cette probabilité pour chaque voxel du volume à reconstruire.

Une séquence d'évènements aléatoires doit être réalisée pour qu'un photon soit détecté par la caméra. Tout d'abord, le photon doit être émis dans l'angle solide sous-tendu par le diffu-seur à la position de la source. Ensuite le photon a une probabilité de diffuser au moins une fois quelque part à l'intérieur du détecteur ou de quitter le diffuseur sans avoir été absorbé. L'angle sous lequel le photon est dévié est régi par la formule Klein-Nishina. Le photon qui s'est échappé du diffuseur a une certaine probabilité d'être dirigé vers l'absorbeur et d'interagir avec celui-ci. Avec une certaine probabilité, cette interaction se produit et est l'absorption du photon. D'autres évènements aléatoires peuvent survenir et peuvent compliquer encore l'évaluation de cette probabilité. La meilleure option peut-être de calculer la sensibilité par la simulation Monte-Carlo ou par l'acquisition réelle. Ceci peut être fait une seule fois pour une configuration de volume de reconstruction et réutilisé pour toutes les reconstructions d'images. Dans notre cas, comme pendant cette thèse nous devons souvent changer la géométrie de la caméra et la configuration du volume de reconstruction, nous avons besoin d'une méthode pour l'évaluer rapidement et les méthodes analytiques semblent les plus appropriées. Cependant, elles demandent des simplifications drastiques du modèle et doivent être comparées aux simulations de Monte Carlo.

Les méthodes de calcul de la sensibilité étudiées dans cette section sont résumées dans le tableau 3.1. Nous avons testé la validité de ces modèles de calcul de sensibilité à l'aide de simulations de Monte Carlo pour trois et six diffuseurs. Les géométries de simulation sont montrées dans la figure 3.3.

L'estimation de la matrice du système

Un élément t ij dans la matrice du système représente la probabilité qu'un photon émis avec une énergie E 0 par le voxel v j soit détecté comme évènement e i . V 1 et V 2 présentent la position de la première et de la deuxième position, et E 1 , E 2 présentent les première et seconde énergies enregistrées par les détecteurs. Nous supposons ici la relation

E 0 = E 1 + E 2 . À une énergie E 0 donnée, avec V 1 , V 2 , E 1 et E 2 connus,
la probabilité qu'un photon émis par le centre M du voxel v j soit détecté comme e i peut être représentée comme

t ij = P (V 1 , E 1 , V 2 , E 2 |M
) et peut être calculée comme le produit de plusieurs probabilités. Les processus considérés pendant la détection sont présentés en figure 3.8. Les estimations de ces probabilités et les formules de calcul de la matrice du système ont été proposées dans la littérature et ils sont résumées dans le tableau 3.2. En dehors de ces processus d'autres processus peuvent également se produire, tels que la diffusion de Rayleigh, la retro-diffusion et la diffusion de Molière.

Le calcul de la matrice du système est toujours un problème dans l'imagerie par la caméra Compton pour plusieurs raisons. La première est que les phénomènes physiques à décrire sont beaucoup plus complexe qu'en TEP ou TEMP, surtout si l'on considère les interactions multiples d'un photon. La seconde est que le temps de calcul pour un cône de réponse est plus long que pour une ligne de réponse. Des simplifications drastiques des formules précédentes peuvent ainsi être vues dans la littérature. Et enfin, la recherche d'une meilleure modélisation est largement motivée par le fait que la modélisation ait relativement de faibles performances et des artefacts fréquents, par exemple l'allongement de reconstruction dans le sens vertical de l'axe de la caméra, des intensités différentes pour des sources identiques, etc. Dans ce chapitre, nous avons testé plusieurs modèles de la matrice du système et de la sensibilité. Notre objectif était d'identifier les facteurs qui influencent le plus la reconstruction et de trouver un compromis entre finesse de la modélisation et effort de calcul. Nous avons remarqué que la forme du noyau décrivant les incertitudes sur les énergies mesurées a une influence considérable sur les résultats. Nous discutons la forme de ce noyau pour deux types d'incertitudes, l'effet Doppler et les incertitudes dues au détecteur.

L'effet Doppler et son influence sur l'angle de diffusion

Le but de cette section est de montrer qu'une modélisation plus précise de l'effet Doppler a une influence déterminante sur la qualité de l'image reconstruite. L'effet Doppler est présenté pour la première fois par Christian Doppler en 1842. Il décrit le changement de fréquence ou de longueur d'onde d'une source d'ondes perçu par un observateur en mouvement. Dans Du [START_REF] Mond | Compton modified line structure and its relation to the electron theory of solid bodies[END_REF], l'élargissement Doppler a été mesuré pour la distribution de la ligne des spectres de Compton. Dans la pratique, cet effet est inévitable et entraînera des incertitudes sur la mesure des énergies. Les incertitudes sur l'énergie affecteront donc la valeur calculée de l'angle de diffusion β. Dans cette section nous appelons cette valeur β energy . Dans la pratique, l'énergie E 1 enregistrée est généralement associée à certaines incertitudes dues à la résolution énergétique limitée du détecteur. De plus, l'énergie déposée est également affectée par l'effet Doppler. Ces incertitudes signifient que la mesure E 1 ne correspond pas à l'angle de diffusion réel β mais à un angle de diffusion plus large autour de l'angle β. Pour modéliser ces incertitudes, plusieurs auteurs ont proposé d'utiliser la distribution gaussienne, comme dans Maxim et al. [2016], Muñoz et al. [2018], ou la distribution de Von-Mises, presque sous une forme gaussienne comme dans Sauve et al. [1999].

Les facteurs qui influencent le plus l'élargissement Doppler sont le matériau du détecteur et l'énergie du photon émis. Notre objectif est d'améliorer le modèle de la distribution gaussienne simple pour l'effet Doppler en silicium à 511 keV monoénergétique. L'étude de cette section est basée sur la simulation de Monte Carlo d'une source ponctuelle. La caméra simulée est composée d'un diffuseur à trois couches en silicium et d'un absorbeur en LaBr 3 . Nous avons d'abord simulé une source ponctuelle de photons à 511 keV à 10 cm de la caméra. Les évènements ont été obtenus par le détecteur idéal. Seulement l'effet Doppler a été ajouté pendant la simulation. Nous n'avons simulé qu'une seule source ponctuelle, donc la position initiale M est fixe et connue. L'information exacte de la position de diffusion et d'absorption permet d'obtenir la vraie valeur de l'angle β geo par le produit scalaire exprimé comme suit :

cos(β geo ) = --→ M V 1 . --→ V 1 V 2 |M V 1 ||V 1 V 2 |
La résolution angulaire de la mesure (RAM) pour une observation (un évènement) i est calculée par :

∆β i = β geo i -β energy i ,
La figure 3.11 montre la résolution angulaire de la mesure (RAM) pour la diffusion Compton de photons de 200 keV dans le silicium, sans sélection de l'angle de diffusion. Les données sont tirées de la thèse de A. Zoglauer [2005] et sont basées sur des simulations. D'après la figure 3.11 nous pouvons dire que le profil a un pic abrupt et une queue longue. Un modèle plus adapté pour l'effet Doppler pourrait être un mélange de cinq Gaussiennes avec des écart-types différents, correspondant aux sous-couches 1s, 2s, 2p, 3s, 3p. Ainsi le modèle gaussien simple ou la distribution de Von-Mises proche d'une Gaussienne ne sont pas bien adaptés. Ida et al. [2018] ont appliqué un modèle de gaussiennes mixtes précises spécifiques à leur matériau détecteur (Ge). Ce modèle est notre référence. En raison du coût du calcul, nous n'avons adapté qu'une combinaison de deux distributions gaussiennes à l'effet Doppler du silicium. Cela permet déjà d'observer une amélioration de la qualité de l'image reconstruite.

Incertitudes liées aux détecteurs réalistes

Cette section a pour but de montrer que, pour des données plus réalistes, les incertitudes causées par l'effet Doppler ont peu d'effet par rapport aux autres erreurs de mesure. Le modélisation précise de l'effet Doppler ne suffit plus. Pour la même simulation comme dans la section précédente, nous analysons maintenant les données plus réalistes générées par le module Revan de MEGAlib, ce qui permet d'ajouter des incertitudes énergétiques plus réalistes.

Résultat et conclusion

Nous avons simulé sept sources ponctuelles émettant simultanément des photons à 511 keV. Il s'agit d'évènements enregistrées un par un, les coïncidences aléatoires ne sont pas prises en compte. La source a été placée comme en figure 3.19, situé sur (0, 0, 0), (0, 0, 3), (0, 0, -3), (0, 3, 0), (0, -3, 0), (0, -3, 0), (3, 0, 0), (-3, 0, 0). Nous montrons les coupes centrales du résultat de la reconstruction dans la direction parallèle et orthogonale à la caméra. Le volume de reconstruction avait (10.25 × 10.25 × 10.25) Suivant des méthodes testées sur les données simulées par le détecteur idéal, on pourrait conclure que pour le modèle des incertitudes causées par l'effet Doppler, le modèle gaussien mixte améliorera la résolution de l'image reconstruite, par rapport à celle d'une distribution gaussienne simple. En outre, parmi les méthodes d'estimation de la matrice de sensibilité présentées, M 1 est la plus adaptée. La correction de l'intensité de l'objet reconstruit par la sensibilité la plus adaptée sera évidente si la résolution de la reconstruction est améliorée par le modèle de matrice de système. Ce résultat est accepté par la MIC 2019.

Nous avons aussi comparé la reconstruction à partir de données simulées par le détecteur idéal avec la reconstruction à partir de données plus réalistes générées par le module Revan dans MEGAlib. Ces dernières contiennent non seulement de l'effet Doppler, mais aussi les incertitudes causées par la mesure. La figure à gauche en 3.22 présente les coupes centrales de reconstruction à partir de données réalistes, la méthode utilisée pour la sensibilité est M 1 et le modèle utilisé pour les incertitudes énergétiques est une distribution gaussienne, avec écart-type estimé par des données réalistes. En comparant des résultats obtenus après 50 itérations aux résultats obtenus après 200 itérations, la reconstruction ne pourra pas converger vers la vérité terrain. Nous proposons de corriger les artefacts de reconstruction causés par les incertitudes de mesure dans le domaine spatial, avec la régularisation TV et la déconvolution PSF. Les méthodes seront présentées dans le prochain chapitre.

Chapter 3 MLEM implementation for Compton camera imaging

This chapter introduces the different mathematical models used in the list-mode MLEM reconstruction by four parts. The first part describes the list-mode MLEM algorithm. The second part analyzes different methods for calculating the sensitivity matrix. The third part presents some probabilistic models for the system matrix estimation. The fourth part investigates sources of uncertainties on the scattering angle and investigates models for Doppler broadening. At the end of this chapter we will investigate the validity of the different models with some reconstruction results obtained from ideal detectors. The intention of this chapter is to demonstrate that the modeling can have an obvious influence on the artifacts in the reconstruction result for ideal detectors. A combination of an accurate sensitivity estimation method and an accurate system matrix modeling has been proven effective to reduce artifacts. More realistic data are also investigated and the unsatisfactory results give us the motivation to investigate the image recovery methods in spatial domain, which will be further studied in the next chapter.

The list-mode MLEM algorithm

We consider hereafter that the volume containing the source of photons is divided in voxels indexed on j = 1, . . . , J. We denote x j the number of photons emitted from voxel j. We also sample the data space of measured events in bins indexed on i = 1, . . . , I and we denote y i the number of photons detected in bin i. Denote t ij the probability of a photon emitted from voxel j to be detected in bin i,

t ij = P (detected in i | emitted from j). (3.1)
Let Y denote the incomplete measurement vector, X the non observable complete emission. If the number of photons emitted by the source is sufficiently large, the linear equation T X = Y approximately holds, with T = (t ij ) 1≤i≤I,1≤j≤J the transfer matrix or system matrix. In practice, the number of emitted photons is too low and this equation holds only on average. We denote λ the vector of the averages of the x i and µ the vector of the averages of the y i :

T λ = µ. (3.2)
Finding the number of particles emitted in a voxel is not possible because not all the emissions can be detected, and the aim of the reconstruction methods is to estimate it in average (MLEM) or to determine its posterior distribution (stochastic origin ensemble (SOE)). Now solving (3.2) would be a simple task if µ would be known.

However, only y i is known, and they are modeled as the radioactive emission that follows a Poisson distribution. Thus y i ∼ P(µ i ), with the density of probability:

p(y i |µ i ) = e -µ i µ y i i y i ! . (3.3)
Since then, the likelihood function of the measured data is:

L(Y |λ) = Π i p(y i |µ i ) = Π i e -µ i µ y i i y i ! , ( 3.4) 
with λ and µ related through (3.2). The unknown vector λ can then be determined by maximizing the likelihood function, or equivalently its logarithm:

ln(L(Y |λ)) = i   - j t ij λ j + y i ln( j t ij λ j ) -ln(y i !)   . (3.5)
This optimization problem can be classically solved by determining the zeroes of the gradient as the log-likelihood is concave. The Karush-Kuhn-Tuker (KKT) conditions accounting for the positivity of the λ j can be added. Finally, the solution of the maximum verifies:

λ j = λ j i t ij i t ij y i k t ik λ k . ( 3.6) 
However, this expression is not very helpful for the determination of the mean emission intensities λ. A numerical algorithm has to be employed to solve for the maximum of the likelihood. The gradient descent does not insure the positivity of the solution. A better approach consists to apply the expectation-maximization (EM) algorithm from [START_REF] Dempster | Maximum likelihood from incomplete data via the EM algorithm[END_REF].

Expectation maximization

Iterative estimation of the maximum log-likelihood with an incomplete observation by the expectation maximization (EM) algorithm was first proposed by [START_REF] Dempster | Maximum likelihood from incomplete data via the EM algorithm[END_REF] and then was adapted to emission tomography by [START_REF] Shepp | Maximum likelihood reconstruction for emission tomography[END_REF], Lange and Carson [1984]. It has been extended for list mode data in [START_REF] Donald | Image reconstruction from list-mode data in an emission tomography system having time-of-flight measurements[END_REF] and to CC imaging by Wilderman et al. [1998].

Denote x ij the non observable complete data, representing number of photons emitted in voxel j and detected in index i. We have E(x ij ) = t ij λ j and y i = j x ij . The log-likelihood expression for a complete data set becomes:

ln(L(X|λ)) = i j [-t ij λ j + x ij ln(t ij λ j ) -ln(x ij !)] . (3.7)
Following Lange and Carson [1984], the (E) step of the EM algorithm consists to calculate the conditional expectation of the log-likelihood with respect to the measured data after renewal of λ:

E(ln(L(X|λ))|Y, λ (l) ) = i j (-t ij λ j + E(x ij |y i , λ (l) )ln(t ij λ j )) + constant, (3.8) 
where

E(x ij |y i , λ (l) ) = t ij λ j (l) y i k t ik λ k (l) . (3.9)
The aim of the (M) step is to find the estimated λ (l+1) which maximizes the expectation ((3.8)). Taking the derivatives of expression ((3.8)) leads to: (3.10) which finally leads to the MLEM formula refers to sinogramed data: (3.11) where s j = i t ij is the so-called sensitivity of detection, i corresponds to a specific measurement element.

∂E ∂λ j = - i t ij + 1 λ j i t ij λ j (l) k t ik λ k (l) y i = 0,
λ (l+1) j = λ (l) j s j i t ij y i k t ik λ k (l) ,
For list-mode data where the data space is highly sampled, we have y i = 1 for an event detected, and y i = 0 for no event detected. The t ij s are calculated only in the detected data space I. Since T is often a large matrix that cannot be stored: for i events detected and j voxels of reconstructed volume, the size of T is I × J. Thus T has to be calculated at each iteration and list mode can help to reduce the computation cost. We have s j = I∪I t ij , the I denotes the data space of not measured events. The value of s j can no longer be calculated by the summation of the t ij s for in list mode t ij are calculated only in I. The list-mode (LM) MLEM formula can be expressed as:

λ (l+1) j = λ (l) j s j i∈I t ij k t ik λ (l) k (3.12)

Model for the Compton camera

As mentioned before, a CC is composed of two detectors: the scatterer and the absorber. A Compton coincidence, or event, happens when a photon emitted by the source undergoes several interactions, among which at least one interaction must be Compton scattering. The energy deposited during the first Compton scattering recorded as E 1 allows to calculate the Compton scattering angle β by equation (3.13). This energy is also noted as E e in the former chapter, e corresponds to the fact that the energy is transferred to electron. The equation (3.13) will appear several times in this chapter for readers convenience. To estimate β by this equation, the initial energy of the photon E 0 needs to be known, or at least estimated as the total energy deposited in the detection. E 0 is noted as E γ in the former chapter. We do not present here the events with three or more interactions, which do not require to estimate the initial energy, but can deduce the scattering angle from the energy and position information about interactions [START_REF] Aprile | Compton imaging of MeV gamma-rays with the liquid xenon gamma-ray imaging telescope (lxegrit)[END_REF], [START_REF] Boggs | Event reconstruction in high resolution Compton telescopes[END_REF], [START_REF] Kroeger | Three-compton telescope: theory, simulations, and performance[END_REF], Ortega et al. [2015]).

cos β = 1 - E 1 m e c 2 E 0 (E 0 -E 1 ) (3.13)
The positions of the first and second interaction are recorded as V 1 and V 2 . It can be deduced that the photon was emitted somewhere on the surface of the cone This conical shape appears then in the definition of the probability defining the elements of the system matrix t ij in section 3.1. Moreover, if the energy uncertainties are considered, the theoretic conical surface becomes a conical shell. The thickness and the internal consistency of the shell depend on the model of uncertainties.

C (V 1 , V 2 , β) with apex V 1 , axis direction --→ V 2 V 1 and half-opening angle β.
In the following sections we recall some of the formulas provided in the literature for the calculation of sensitivity vector and system matrix, then we focus on the description of the energy uncertainties. We divided them into two classes by the cause: the unavoidable Doppler broadening that is related to the fact that the scattering occurs on a moving electron, and the measurement uncertainties caused by the imperfect resolution of the detectors. Except the energy uncertainties, the imperfect spatial resolution of detector will also leads to spatial uncertainties. Besides, other uncertainties may also be introduced due to several physical effects such as scattering, attenuation, etc. To deal with the artifacts caused by uncertainties other than Doppler broadening, we propose to apply some resolution recovery methods in image space.

Sensitivity estimation by analytic models

The probability of a photon emitted by some given volume to be detected by the camera is called sensitivity of detection. The term volume designates generally a voxel of a larger volume containing the source. A small voxel can be assimilated to a point. The sensitivity vector contains the value of this probability for each voxel of the volume to be reconstructed.

A sequence of random occurrences should be realized for a photon to be detected by the camera. First, the photon has to be emitted in the solid angle subtended by the scatterer at the source position. Then the photon has a probability to scatter at least once somewhere inside, probability is related to the thickness of media traveled by the photon, and to leave the scatterer without being absorbed. The angle at which the photon is deviated is governed by the Klein-Nishina cross-section. The photon that escaped from the scatterer has some probability to be directed towards the absorber and to interact with it. With some probability this interaction happens and refers to photo-absorption. Other occurrences may happen complicating even more the evaluation of this probability. The best option may be from then to calculate the sensitivity by Monte-Carlo simulation or by real acquisitions. This may be done once for a given volume configuration and reused for all the image reconstructions. In our case, since in the development stage we need to change often the geometry of the camera and the volume configuration, we need a method to evaluate it rapidly and analytic methods seem the most appropriate. They need, however drastic simplifications of the model and have to be compared against Monte Carlo simulations. Wilderman et al. [2001] made a pioneering study in the context of the MLEM algorithm for a camera composed of a single layer scatterer and an absorber. They proposed to calculate the sensitivity s j for the j th voxel as the sum over the K elements of the scatterer by

s j ∝ K k=1 cos θ k l 2 jk
1 -e -µd jk , (3.14) where the first factor stands for the solid angle subtended by the elementary detector k at the voxel j and the second factor is the probability of interaction in the scatterer. Here l jk and θ k are respectively the modulus and the polar angle of the vector connecting the center of the k th elementary detector to the center of the j th voxel, µ is the total cross-section in the scatterer and d jk is the path length inside the scatterer along the ray from the center of voxel j to the center of the detector element k. For the notations see figure 3.2. For a camera that is small compared to the distance to the source, and only in this case, a good approximation is to reduce the sum to a single term (Maxim et al. [2016]).

The most general model we consider in this work is an extension of (3.14) where we also include a factor for the probability of the photon to passes through the previous layers without interaction. We assume that the probability of generating a Compton event is the same for all the photons once they were scattered somewhere. The sensitivity at some point M (x 0 , y 0 , z 0 ) from the volume is then modeled as: 2 1 -e -µcd e -(n-1)µtd dydx, (3.15) with a, b, c, d the coordinates of detector (presented in figure 3.2) and L the number of layers. For simplicity, in the notations we omit the dependency of the angle θ and thickness d on M and N (x, y, z 0 +D), and the dependency of D on M and n. The first factor accounts for the solid angle of the detector pixel seen from the (center of) the voxel, the second for the probability of interaction in the scattering layer and the last one accounts for the probability that the photon pass through the previous layers without interaction. The linear attenuation coefficients µ c and µ t stand respectively for Compton scattering and total attenuation, depending on the photon energy and the detector material. In the calculation they were set to 0.2, deduced from the data table in [START_REF] Veigele | Photon cross sections from 0.1 keV to 1 MeV for elements Z= 1 to Z= 94[END_REF]). For silicon the density of element is ρ = 2.32 g/cm 3 , the conversion factor for changing barns/atom to cm 2 /g is 2.144 -2 . The value µ c = 0.2 corresponds to an initial energy of photons of 511 keV and the Compton scattering factor µ c /ρ = 4.04 barns/atom, the value µ t = 0.2 corresponds to an initial energy of photon of 511 keV and the mass attenuation coefficient µ t /ρ = 4.08 barns/atom. The numerical evaluation of (3.15) is relatively time consuming (order of minutes) but can be calculated once and saved on the disk. As the value µ c d is close to zero, we replaced the factor 1 -e -µcd with its first order approximation µ c d = µ c δ/cosθ, with δ = 0.2 cm the thickness of the scattering layer. We note hereafter M 1 this sensitivity model, calculated from: (3.16) proportionality factors are ignored.

s(M ) ∝ L n=1 b a d c cos θ (x -x 0 ) 2 + (y -y 0 ) 2 + D
s(M ) ∝ b a d c 1 (x -x 0 ) 2 + (y -y 0 ) 2 + D 2 e -(n-1)µtd dydx,
Yuemeng FENG We also test some simpler versions. If we neglect the probability of absorption in the previous layers we get the model that we call M 2, very similar to the one proposed in Wilderman et al. [2001], given as:

s(M ) ∝ b a d c 1 (x -x 0 ) 2 + (y -y 0 ) 2 + D 2 dydx ∝ b a 1 (x -x 0 ) 2 + D 2   atan   d -y 0 (x -x 0 ) 2 + D 2   -atan   c -y 0 (x -x 0 ) 2 + D 2     dx.
(3.17) This modification provides an important reduction of the computing time. If we neglect all the coefficients related to attenuation in (3.15) we obtain the model M 3 defined as

s(M ) ∝ b a d c cos θ (x -x 0 ) 2 + (y -y 0 ) 2 + D 2 dydx ∝ b a d c 1 ((x -x 0 ) 2 + (y -y 0 ) 2 + D 2 ) 3/2 dydx ∝ atan   (b -x 0 )(d -y 0 )/D (b -x 0 ) 2 + (d -y 0 ) 2 + D 2   -atan   (b -x 0 )(c -y 0 )/D (b -x 0 ) 2 + (c -y 0 ) 2 + D 2   -atan   (a -x 0 )(d -y 0 )/D (a -x 0 ) 2 + (d -y 0 ) 2 + D 2   + atan   (a -x 0 )(c -y 0 )/D (a -x 0 ) 2 + (c -y 0 ) 2 + D 2   (3.18)
We added to the comparison the simple model from Maxim et al. [2016], that we call M 4, although this model is not adapted to large cameras close to the source. M 4 is defined as:

s(M j ) ∝ | cos θ| d 2 jk , (3.19)
where M j is the center of voxel j. The other variables are defined in figure 3.2, with N the center of the scatterer block. The methods of sensitivity calculation studied in this section are summarized in table 3.1. Compared to other methods, the most precise method M 1 is more accurate, but the exponential term will increase the computing time. M 2 neglecting the total attenuation and M 3 neglecting all the attenuation are simpler versions of M 1 and are more adapted to geometry compared to M 4. The factors related to attenuation in M 1 and M 2 are energy dependent. M 4 is the most simple and most rapid method, but the difference between computing time of M 4, M 3 and M 2 is not evident (in several seconds.) Except the methods presented above, other models were proposed in the literature. A formula for the evaluation of the sensitivity that also includes the probabilities of interaction in the absorber is given in Sullivan et al. [2009]. The probabilities for a photon to travel from the source to the first hit and from the first hit to the absorber is not considered. Also, the authors consider only two-site events. In Schoene et al. [2017] authors propose a formula that takes the volumes of both scatterer and absorber, with adding an estimation of the photon energies. The imaging result was improved. A formula considering the solid angles and the linear attenuation in the first and second interactions for three or multiple site events was proposed by Muñoz et al. [2018].

Simulation geometry

We tested the validity of these sensitivity calculation models with Monte Carlo simulations for two scatterer configurations, namely three or six layers. The simulated geometries are demonstrated in figure 3.3. The camera is composed of silicon strip scatterers (512 strips on each face) and a segmented LaBr 3 absorber. The prototype with three scattering layers and one absorber is also used in the next chapter. The simulated geometry of 3 scattering layers (left) and 6 scattering layers (right), the closest layer was set 10 cm to the origin (0, 0, 0). The point sources were placed at different spatial positions, in the direction orthogonal to the camera (z axis) varying from (0, 0, -8) to (0, 0, 28), in the direction parallel to the camera (x axis) varying from (0, 0, 0) to [START_REF] Parra | Reconstruction of cone-beam projections from compton scattered data[END_REF]0,0). The distance between two neighbour sources was 4 cm.

A point-like source emitting n = 2×10 6 photons with energy 511 keV was placed at different spatial positions chosen to realize a uniform sampling in the directions parallel to the camera (x axis) and orthogonal to it (z axis). The total number of considered positions was 20. The number of Compton events was recorded for each source simulated with ideal detectors (data generated by Sivan module in MEGAlib) and with realistic detectors (data generated by Revan module in MEGAlib). Only the uncertainties caused by Doppler broadening is considered in the simulation of ideal detectors. More realistic data were simulated adding Gaussian uncertainties on the measured energies with σ = 1 keV for the scatterers and σ = 11.4 keV at 511 keV for the absorber. The position errors of realistic detectors are determined by the strip pitch (≈ 1 mm) and by the size of the crystals (0.5 × 0.5 × 4 cm 3 ).

Results and discussions

The red points in figure 3.4 represent the Compton event counts obtained from the emission in different position, which can also be taken as the detection efficiency. The lines in figure 3.4 provide the profile of methods M 1 to M 4. -8, 28] cm, giving a distance to the first layer in the range [2,[START_REF] Basko | Analytical reconstruction formula for one-dimensional Compton camera[END_REF] cm, are plotted in (a). The values for y = z = 0 and x ∈ [0, 36] are plotted in (b). The lines are normalized by first dividing the calculated value S j by the sum of S j , then multiplying it by the sum of the red points (total number of counts). One common point between the two plots was marked by a blue ellipse and corresponds to the source placed at (0, 0, 0).

Three layers, ideal detector

Obviously the model M 4 based on a solid angle approximation of a small-size detector is not adapted in our case. The model M 3 also performs quite poorly. Models M 1 and M 2 give very similar results. The differences become visible as the number of layers increases where the model M 1 slightly outperforms M 2. Close to the camera the solid angle approximation is less valid and the fit is not as good as for further points. Increasing the sampling rate for the numerical integration has a small effect on the fitting quality close to the camera and has a sensible impact on the computing time. For a volume with 80 × 80 × 64 voxels the calculation of sensitivity by M 1 takes more than half an hour, while the other methods take only several seconds. Although based on some approximations, equation (3.16) is quite general and seems to cope reasonably well with the simulations.

The results for the two camera configurations, namely three or six layers, and for realistic data are shown in figures 3.6 and 3.7. Except for a diminution in the number of counts (for data simulated with realistic detector the efficiency is lower than for the ideal one), the plots are similar to the ideal case and the same conclusions may be drawn. This section investigates four different analytic methods for sensitivity matrix estimation. Although the most adapted method M 1 needs more computation time, it can be calculated one time and saved for the following iterations. Besides, the estimated sensitivity vector can be stored for further use, as long as the CC does not change and stays in the same position regarding the field of view. Note that another way to calculate the sensitivity vector is to use S = i t ij , since the sensitivity matrix represents the probability for a photon emitted from voxel j being detected by the camera. We propose to apply the analytic methods for estimating the sensitivity matrix. In the next section we will present the estimation methods for system matrix T .

Six layers, ideal detector

System matrix estimation

The element t ij in system matrix represents the probability for a photon emitted from voxel v j (or from a point M) being detected as event e i . Let detectors. Let E e represent the energy transferred to the electron during the first interaction, and E γ represents the remaining γ photon energy. If we consider only two-site events, the second interaction should be a photo-electric absorption, the photon deposits all the remaining energy to the electron in the second interaction, thus we have E γ = E 2 . Otherwise, if the event is three or multi-site, the second interaction will also be a Compton scattering, and the deposited energy E 2 will be smaller than E γ . Here we assume the relation

E 0 = E 1 + E 2 , the
Compton scattering angle β can then be calculated by:

cos β = 1 - E 1 m e c 2 E 0 (E 0 -E 1 ) = 1 - E 1 m e c 2 (E 2 + E 1 )E 2 (3.20)
At some given initial energy E 0 , with V 1 , V 2 , E 1 and E 2 being known, the probability for a photon emitted from the center M of voxel v j being detected as e i can be represented as

t ij = P (V 1 , E 1 , V 2 , E 2 |M
) and can be calculated as the product of several probabilities. Figure 3.8 indicates the notations and the possible cases that may happen during the travel of a photon, where:

• P 1 is the probability that a photon emission takes place at voxel v j ,

• P 2 is the probability that the photon emitted from the position v j reaches the position V 1 ,

• P 3 is the probability that the first interaction is a Compton scattering, this is where the Compton scattering process including the Doppler broadening occurs,

• P 4 is the probability that the photon reaches the position V 2 ,

• P 5 is the photo-electrical absorption probability in the second interaction,

• P 6 is the Compton scattering probability in the second interaction.

Except the cases considered in the figure 3.8, other possible processes may also happen, such as Rayleigh scattering, back scattering and Molière scattering. Estimations of these probabilities and formulas for the calculation of the system matrix have been proposed in the literature. With the notations indicated in figure 3.9, with only two-site events considered, [START_REF] Scott J Wilderman | List mode EM reconstruction of Compton scatter camera images in 3-D[END_REF] suggest that:

P (V 1 , V 2 , E 1 , E 2 |M ) = 1 8π 2 µ c µ t (1 -e -µtd 1 ) Pa K(β, E 0 )δ(β M -β) P 3 e -µtd P b (1 -e -µtd 2 ) Pc × cos θ m cos θ g | --→ V 1 M | 2 | --→ V 2 V 1 | 2
solid angle (3.21) where:

• the solid angle factor gives the probability of the photon to reach an elementary surface, first at V 1 then at V 2 ,

• K(β, E 0 ) is the Klein-Nishina cross section represents the probability for a photon with energy E 0 to undergo a Compton scattering with angle β,

• µ C µ t
is the ratio of the Compton to total absorption cross section in the first detector. Sauve et al. [1999] added a description of energy uncertainties taking the form of a von-Mises distribution. This model considers the emission points which are not on the cone, but close to its surface. Indeed, the scattering angle is often spread out due to physical process such as: multiple scattering, depth-dependent interactions and Doppler broadening. For narrow distributions, the von-Mises distribution can be approximated by a Gaussian. The advantage of the von-Mises distribution is that it depends on the cosine of the variable thus avoids calculation of arccos. On the opposite, the estimation of its parameters is more complicated. The factor Figure 3.9: Illustration of parameters used for the probabilistic models.

1/ sin β favours small Compton angles. The formula they proposed is:

P (V 1 , V 2 , E 1 , E 2 |M ) = P 3 E 2π sin β S I 0 (η)|| --→ V 2 V 1 || 2 P (V 1 |M ) P 2 P (E 1 |V 1 , M ) P 3 exp[-η(cos β(1 + (1 -E 0 /E 1 ) τ ) + sin β 1 -(1 + (1 -E 0 /E 1 ) τ ) 2 )]
energy uncertainties model (3.22) where:

• τ = /511keV is the ratio of incident energy to electron rest mass,

• η is a factor proportional to the FWHM of the energy measurement, I 0 (η) is the Bessel function of the first kind of zero-th order,

• E is the scattering detectors energy bin,

• S is the projection of the detector cell surface element at location V 2 onto the plane perpendicular to vector

--→ V 1 M .
Xu and He [2007] proposed a method based on spectral deconvolution, considering two types of second interactions. Compared to the former two methods, here the solid angle is not taken into consideration.

If the second interaction is a photoelectric absorption, then we have

E 2 = E 0 -E 1 : P (V 1 , V 2 , E 1 , E 2 |M ) = 1 sin β e -µ E 0 d 1 attenuation K(β, E 0 ) 2πm e c 2 (E 0 -E 1 ) 2 P 3 e -µ E 0 -E 1 d P b × σ p (E 2 ) 2π(σ 2 E 1 + σ 2 E 2 ) e - (E 0 -E 1 -E 2 ) 2 2(σ 2 E 1 +σ 2 E 2 )
P 5 (3.23) and if the second interaction is a Compton scattering: Maxim et al. [2016] proposed a model which takes into account the energy uncertainties as a Gaussian distribution. Compared to the previous models, some factors (e.g. sin β) that cancel in the MLEM reconstruction formula were withdrawn:

P (V 1 , V 2 , E 1 , E 2 |M ) = 1 sin β e -µ E 0 d 1 attenuation K(β, E 0 ) 2πm e c 2 (E 0 -E 1 ) 2 P 3 e -µ E 0 -E 1 d P b × K(β, E 0 -E 1 ) 2πm e c 2 (E 0 -E 1 -E 2 ) 2 P 6 e -µ E 0 -(E 1 -E 2 ) d 2 P 7 (3.24)
P (V 1 , V 2 , E 1 , E 2 |v j ) = M ∈v j K(β, E 0 ) P 3 cos θ m cos θ g | --→ V 1 M | 2 | --→ V 2 V 1 | 2 solid angles energy uncertainties model h(β M |β, σ β ) dv. (3.25)
The kernel h was taken as a Gaussian with mean the calculated value of the Compton angle and standard deviation evaluated according to the formula derived by [START_REF] Ordonez | Dependence of angular uncertainties on the energy resolution of Compton cameras[END_REF]:

σ β = m e c 2 sin β 1 E 1 2 - 1 E 0 2 2 dE 1 2 + dE 2 2 E 0 4 . (3.26)
In the method proposed in Kishimoto et al. [2017] the elements of the system matrix are calculated as the following formula:

P (V ! , V 2 , E 1 , E 2 |M ) = 1 2π sin β   1 - d 01 d 2 01 + a 2   solid angle × exp   - 1 2 β M -β σ 2   energy uncertainties model × f (E 1 , E 2 , β, d 1 , d)
reaction probability , (3.27) where:

• The formula of the solid angle can be approximated at small values as 1 -cos δ δ 2 /2. It stands for the solid angle of an element of volume at V 1 .

• the energy uncertainties take a Gaussian form as in Maxim et al. [2016], the standard variance of the Gaussian is determined by the angular resolution of the detector material,

• the reaction probability of a photon is taken as

f (E 1 , E 2 , β, d 1 , d) = exp(-σ t (E 1 + E 2 )d 1 ) PaP b K(β, E 1 + E 2 ) P 3 exp(-σ t (E 2 )d) Pc σ p,C P 5 , (3.28) The factor f (E 1 , E 2 , β, d 1 , d) gets canceled in the MLEM formula except for exp(-σ t (E1+ E2)x s ) ≈ 1.
One of the most recent methods, proposed by Muñoz et al. [2018], is particularly well suited for using conventional ray-tracing techniques. Their considered probabilities are the same as in Sauve et al. [1999] but the energy uncertainties are modeled by a Gaussian kernel. The above mentioned system matrix estimation methods are summarized in table 3.2. [START_REF] Scott J Wilderman | List mode EM reconstruction of Compton scatter camera images in 3-D[END_REF] neglected Sauve et al. [1999] von-Mises distribution [START_REF] Xu | Gamma-ray energy-imaging integrated spectral deconvolution[END_REF] neglected Maxim et al. [2016] single Gaussian distribution Kishimoto et al. [2017] single Gaussian distribution Muñoz et al. [2018] single Gaussian distribution

Methods

Doppler broadening uncertainties

As we can see from these examples, the system matrix calculation is still an issue in CC imaging, for several reasons. The first is that the physical phenomenon to describe are much more complicate than in PET or SPECT, especially if we consider multiple interactions of a single photon. The second is the computation time longer for a cone of response than for a line of response. Drastic simplifications of the previous formulas can thereby be seen in the literature. And finally, the research for a better modeling is largely motivated by the relatively low performances and frequent artifacts that are experimented with CC, e.g. reconstruction elongation in the vertical direction of the camera, different intensities for identical sources, etc..

In this chapter, we tested several models of system matrix and sensitivity vectors. Our purpose was to identify the factors that most influence the reconstruction in order to better focus on the modeling while preserving the model as simple as possible for balancing the fitness of modeling and the computational efforts. We noticed that the shape of the kernel describing the energy uncertainties has a considerable influence on the results. In the next section we will discuss Doppler broadening and the other uncertainties that affect the calculation of the scattering angle.

Influence of Doppler broadening on the scattering angle

The Doppler effect is a phenomenon first presented by Christian Doppler in 1842. It describes the change of frequencies or wavelengths of a wave source in relation to a moving observer. Due to the distribution of velocities of particles, Doppler effect will cause the broadening of spectral lines. In Du [START_REF] Mond | Compton modified line structure and its relation to the electron theory of solid bodies[END_REF] the Doppler broadening was considered and measured for the distribution of Compton spectra line. In practice this effect is inevitable and will cause uncertainties in energies measurement. The uncertainties of energy will further affect the scattering angle β calculated by (3.20), in this section we call this value β energy . In practice the recorded energy E 1 is usually associated with some uncertainties due to the limited energy resolution of detector. Besides, the deposited energy is also affected by Doppler broadening. This uncertainty means that the measured deposited energy E 1 does not correspond to the real scattering angle β but to a broaden angle of values around the angle β. To model this uncertainty, several authors proposed to use a Gaussian distribution, as in Maxim et al. [2016], Muñoz et al. [2018], or a Von-Mises distribution as in Sauve et al. [1999] nearly to a Gaussian form. The purpose of this section is to show that a more accurate modeling of the Doppler broadening has a determinant influence on the quality of the reconstructed image. The goal is to ameliorate the simple Gaussian distribution model for Doppler broadening in silicon at monoenergy 511 keV. The investigation of this section is based on the Monte Carlo simulation of one point source. The most important factors for Doppler broadening are the material of detector and the emitted photon energy. The simulated camera is composed by a three-layer scatterer made of silicon and one absorber made of LaBr 3 . We first simulated a point source of 511 keV photons at (0, 0, 0), 10 cm to the first scattering layer of the simulated camera. The events were obtained by only adding the Doppler broadening during the simulation. We simulated just one point source so the emission position M is fixed and known, the exact scatter and absorption position information can be obtained by ideal detector. The measurement resolution of detector was considered ideal in simulation, thus there is no error on the interaction positions V 1 and V 2 . The true scattering angle β geo can then be deduced by the scalar product expressed in (3.29). The figure 3.10 shows the scattering angle calculated by using the energy information against the value obtained by using the exact position information. The number of considered events was nearly 20,000. This figure contains the events that first interact on the scatterers made with silicon, as well as the events first interacts on the absorber made with LaBr 3 .

cos(β

geo ) = --→ M V 1 . --→ V 1 V 2 |M V 1 ||V 1 V 2 | (3.29)
The angular resolution of measurement (ARM) for one observation (event) i is calculated by: .30) this factor represents the distance between empirical and theoretical value. The data is obtained from the thesis of A. Zoglauer [2005] and is based on simulations. From the figure 3.11 we can tell that the profile has a steep peak and a long tail. And a more adapted model for Doppler broadening might be a mixture of five Gaussian distributions with different standard deviation, corresponds to subshells 1s, 2s, 2p, 3s, 3p. Thus the Gaussian model (in Maxim et al. [2016] and Muñoz et al. [2018]) or the Von-Mises distribution not far from a Gaussian (Sauve et al. [1999]) are not well adapted. In order to approximate the long tails Ida et al. [2018] have applied a mixed Gaussian model and developed an accurate error distribution model specific to their detector material (Ge). This model is our reference. Due to the computation cost, we only adapted a combination of two Gaussian distributions to the Doppler broadening of silicon. The variance σ 2 of the dataset can be calculated from the sum of squares of ARM. If the ARM follows a Gaussian distribution the full width half maximum (FWHM) can be estimated from σ as FWHM = 2.35σ. Table 3.3 shows some FWHMs of Doppler broadening for different semiconductor materials, the data is obtained from A. Zoglauer [2005], for silicon the FWHM is 0.8 • at 500 keV.

∆β i = β geo i -β energy i , ( 3 
We separated the events in figure 3.10 by β geo in bins of 1 • . The set of events was partitioned in 180 • in subsets E k . The subset E k contains the events whose β geo ∈ [k -1, k[ degrees. For each bin we calculated the standard deviation of the errors by:

σ k = 1 I k I k i=1 (∆β i ) 2 (3.31)
where I k is the number of events in subset E k . We assumed that the mean of ARM is zero. Equation (3.26) allows to estimate the σ β for each observation by the detected energy if the energies uncertainties are known. The Revan module in MEGAlib provides these uncertainties with more realistic detection measurement errors. We analysed the events with the uncertainties derived from the simulation setup by considering the detector measurement error, not only the Doppler broadening. As above for each 1 • bin of exact scattering angle values β geo we calculated the average value of the standard deviation by (3.26). We compared the σ β calculated by (3.26) with the standard deviation of the data simulated with ideal detectors calculated by (3.31), the result is shown in figure 3.12. In this figure the uncertainties caused by Doppler broadening in different material are not distiguished: Doppler broadening exists either in the silicon or LaBr 3 . The blue dots represent the standard deviation calculated from the data simulated with ideal 50

Yuemeng FENG detectors, the bin of histogram was 1 • , the red line is the average value of σ β calculated from realistic data simulated with realistic detectors by method [START_REF] Ordonez | Dependence of angular uncertainties on the energy resolution of Compton cameras[END_REF]. The standard deviation for β larger than 170 • is not presented for low counts reason. This figure proves that the Doppler broadening should not be neglected: the standard deviation of β for data simulated with ideal detectors is as high as the estimated σ β for data simulated with realistic detectors, even if only the Doppler broadening was added. Furthermore, from figure 3.11 it can be noticed that the distribution of these uncertainties is not a simple Gaussian distribution, so the FWHMs from table 3.3 cannot be related to the standard deviation σ k with the factor 2.35. We observed from figure 3.10 that the distribution of the uncertainties on β has different shapes which depend on the interval of the calculated scattering angle. This is mainly caused by the order of interactions with different material. To simplify we selected the events which only have 2 interactions and during the analysis of data simulated with ideal detectors we separated the events by the position of first interaction: first interaction occurring on the scattering detector, or occurring on the absorbing detector. If the first interaction occurs on the scatterers made of silicon, the ARM is mainly affected by the Doppler broadening in silicon, otherwise if the first interactions occurs on the absorber, the ARM reflects the Doppler broadening in LaBr 3 . The Doppler induced uncertainties are then represented in figure 3.13 for the two materials. The colorbar in figures 3.13(a) and 3.13(b) represent the number of counts. For 4 × 10 5 counts the percentage of events that first interact in the absorber is only 2%, thus we concentrate on the Doppler broadening in silicon. Figure 3.13(a) also shows that for the events with first interaction on the scattering detector, the maximum value of β calculated by scalar product is 147 • . This value can be explained by the simulation geometry and corresponds to the events that first interacted on the boundary of the first scattering layer and then were absorbed on the other side of the boundary of the absorbing layer, demonstrated in figure 3.14.

Figure 3.15 is a part of the histogram of ARM for photons emitted at 511 keV and interacting first on a silicon layer. The total considered counts are 20,000, the maximum of ARM is 57.1371 • and the minimum is -53.9612 • . The number of bins is 1440, each bin size is 0.077 • . Figure 3 In order to fit the histogram of Doppler broadened ARM of silicon at 511 keV, we adjusted a Gaussian model:

g(∆β) = ke -∆β 2 2σ 2 , ( 3.32) 
and a combination of two Gaussian distributions: The uncertainties caused by Doppler broadening depend on the material of camera and the initial energy of photons. When the photon energy is low the uncertainties will be large. The initial position of source, however, has no evident influence on this type of uncertainties. As a proof we simulated four different sources. Figures in 3.17 show the results of fitting the model function to the angular uncertainties distribution. When the energy of the photons changes from 4 MeV to 511 keV, the FWHM of the ARM distribution changes as it can be seen when comparing the plots 3.17(a) and 3.17(b). When the position of the source changes, the shape of the distribution remains roughly the same, as shown by the plots 3.17(b), 3.17(c) and 3.17(d). The numerical values of the parameters k and σ are given in table 3.4 for the single Gaussian fit 3.32 and in table 3.5 for the Gaussian mixture fit 3.33. The parameters in table 3.4 and table 3.5 were found by using the matlab function "optimoptions". The optimization was realized by solving the minimum difference between the dataset and the Gaussian model expressed in (3.32) and (3.33). The mean square error (MSE) is calculated by: (3.34) where h(∆β, n) is the normalized value of the histogram of ARM, N is the number of bins (N = 1440). Comparing table 3.4 and 3.5, the mixed Gaussian model reduces the MSE. In these two tables, the parameters we found for (b), (c) and (d) prove that Doppler broadening depends mainly on the energy. Compared to 511 keV, at high energy 4 MeV (a) Doppler broadening is reduced. Except 511 keV and 4 MeV we didn't investigate the other energy levels. One possible and the σ β calculated by the method proposed in [START_REF] Ordonez | Dependence of angular uncertainties on the energy resolution of Compton cameras[END_REF] for realistic data. In our simulation the standard deviation of β for realistic data is much higher than the one calculated as in [START_REF] Ordonez | Dependence of angular uncertainties on the energy resolution of Compton cameras[END_REF]. One reason is the large tail of the empirical distribution of errors (indicated by the two red ellipsoids).

g(∆β) = k 1 e -∆β 2 2σ 2 1 + k 2 e -∆β 2
M SE = 1 N N n=1 (g(∆β n ) -h(∆β n )) 2 ,
foreseen of this work is to find a fitted model for σ changing with different energies. In section 3.7 a mono-energy source at 511 keV was simulated, we used the parameters (b) in the table 3.4 for the simple Gaussian distribution for modeling the Doppler broadening in system matrix, and used the parameter (b) in table 3.5 for the mixed Gaussian distribution for comparison.

Event uncertainties on realistic data

The intention of this section is to show that for more realistic data the uncertainties caused by Doppler broadening have little effects compared to other measurement errors. To ameliorate the image quality the accurate modeling for Doppler broadening is not enough. For the same simulation as in the former section, we now analyze the more realistic data generated by the Revan module of MEGAlib, which allows to add more realistic energy uncertainties. Figure 3.18(a) shows the scattering angle β energy calculated by using the energy information against the value β geo obtained from the ideal position information of data simulated with ideal detector. The number of considered events is nearly 2 × 10 4 . Compared to figure 3.10, for the realistic data the distribution of uncertainties caused by measurement are more complicated to model. Figure 3.18(b) shows the standard deviation calculated from data simulated with realistic detector (blue dot) and the σ β calculated by the method proposed in [START_REF] Ordonez | Dependence of angular uncertainties on the energy resolution of Compton cameras[END_REF] for realistic data. We can say that in our simulation the standard deviation of β for realistic data is much higher than the calculated σ β in [START_REF] Ordonez | Dependence of angular uncertainties on the energy resolution of Compton cameras[END_REF], so the method proposed in [START_REF] Ordonez | Dependence of angular uncertainties on the energy resolution of Compton cameras[END_REF] is not adapted to our simulation. We used a simple Gaussian distribution with the standard deviation estimated from the data simulated with realistic detectors for modeling the energy uncertainties in section 3.7 for the reconstruction of realistic data. 

Reconstruction results

In this section we illustrate the previous conclusion on the reconstruction of a mono-energy source. We simulated seven point sources emitting simultaneously photons at 511 keV. The events were recorded one-by-one, random coincidences are not considered. The source was placed as in figure 3.19, located at (0, 0, 0), (0, 0, 3), (0, 0, -3), (0, 3, 0), (0, -3, 0), (3, 0, 0), (-3, 0, 0). We show the central slices in the direction parallel and orthogonal to the camera as the reconstruction result. The reconstruction volume had (10.25, 10.25, 10.25) cm 3 divided into [START_REF] Maxim | Filtered backprojection reconstruction and redundancy in Compton camera imaging[END_REF][START_REF] Maxim | Filtered backprojection reconstruction and redundancy in Compton camera imaging[END_REF][START_REF] Maxim | Filtered backprojection reconstruction and redundancy in Compton camera imaging[END_REF] voxels, results are obtained with 20,000 events.

A summary to compare the influence of different models of sensitivity and Doppler broadening is shown in figure 3 The single Gaussian kernel is not well adapted to the Doppler broadening. Note the difference in intensity between the sources located at different distances to detector in (a) and (b), the most adapted sensitivity method M 1 will not help to compensate and to get the images of the points. Compare (c) to (d), with the application of the mixed Gaussian distribution which corresponds better to the Doppler broadening, the reconstruction is more sensitive to the sensitivity calculation. The intensities in the images are now similar for the seven-point sources, as it can be seen in figure 3.20 (c) and (d). The combination between the adapted Doppler broadening model and the most complicate sensitivity calculation method M 1 in (d) gives the best result. For more details in 1D, the central profile of (b) and (d) in orthogonal direction to the camera is shown in figure 3.21.

So far from the tested methods on data simulated with ideal detector, we might draw the conclusion that for the model of uncertainties caused by Doppler broadening, the mixed Gaussian distribution will ameliorate the resolution of reconstructed images compared to the single Gaussian distribution. Besides, among the presented sensitivity matrix estimation methods, M 1 is the most adapted. The correction of the intensity of reconstructed object by the most adapted sensitivity estimation method will be evident if the resolution of reconstruction is improved. These results will be presented in MIC 2019.

We also compared the reconstruction from data simulated with ideal detector with the reconstruction from more realistic data generated by the Revan module in MEGAlib, which contains not only the Doppler broadening but also the uncertainties caused by measurement.

Figures on the left in 3.22 are the central slices of reconstruction from realistic data, the method used for sensitivity calculation is M 1 and the model used for energy uncertainties is a Gaussian distribution, with standard deviation estimated by data simulated with realistic detector. The results were obtained with 20,000 events. The reconstruction obtained from realistic detector could not well recover the distribution of seven points as from the data simulated with ideal detector. Comparing the results obtained after 50 iterations to the results obtained after 200 iterations, the reconstruction will not be able to converge to the ground truth. We propose to correct the artifacts of reconstruction caused by the uncertainties of measurement in spatial domain, with TV regularization and PSF deconvolution. The methods will be presented in the next chapter.

58 Yuemeng FENG

Conclusion

This chapter investigated several models for the parameters used in the list mode MLEM reconstruction algorithm. We presented four analytic methods for the calculation of sensitivity matrix. We showed that the most adapted method for calculating the system matrix is the method taking with account the geometry and the size of the camera, as well as the attenuation factors. Therefore, we used this most adapted analytic method in the following reconstructions in this thesis. Several methods for system matrix calculation were summarized. We showed that for modeling the uncertainties caused by the Doppler broadening, a mixed Gaussian distribution is more adapted than a single Gaussian. Elongation of the sources in the direction orthogonal to the camera, non uniform intensities and blur were observed for the single Gaussian fit. These artifacts were reduced for the mixture model where the sources were well identified and had similar reconstructed intensities. The conclusion we might draw is that improper modeling of the physical processes during the reconstruction might contribute to the elongation artifacts often observed in CC imaging. The contribution was validated on data simulated with ideal detectors, the detection resolution was supposed to be exact, no measurement uncertainties other than Doppler broadening were added. For more general uncertainties the Gaussian mixture considered before is insufficient and more complex models or even image-space resolution recovery methods should be employed. To correct the uncertainties caused by limited detection resolution and other physical effects, we propose to apply the total variation regularization and PSF deconvolution method presented in the next chapter.
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Résumé en français

Ce chapitre étudie les méthodes de l'amélioration de la résolution dans les images en trois étapes : d'abord une méthode de régularisation par la variation totale (TV) adaptée à l'algorithme MLEM est développée, puis la déconvolution PSF pour récupérer la déformation de la reconstruction est étudiée, enfin la combinaison de la reconstruction TV régularisée EM et la déconvolution de la PSF sur la caméra Compton est présentée. Quelques résultats de reconstruction sur des données idéales et des données réalistes sont présentés à la fin pour comparaison.

Restauration d'images et régularisation par variation totale

Cette section donne d'abord une brève introduction sur les méthodes de restauration d'images, puis résume certaines méthodes de la régularisation TV existantes en matière de débruitage d'image, de défloutage et de reconstruction EM, et en fin illustre la méthode EM pour trouver le maximum a posteriori adapté à notre problématique.

La restauration d'image consiste à trouver l'image u à partir de l'image observée z, avec z ∼ D(k * u), où k représente un opérateur de dégradation et D est une distribution probabiliste où la distribution gaussienne et la distribution de Poisson sont les plus communes. Dans le cas d'une distribution gaussienne et de la convolution, le modèle des bruits additifs s'écrit généralement comme suit :

k * u + n = z
Certains auteurs ont suggéré que le bruit de Poisson peut être transformé en bruit Gaussien (Anscombe [1948], Donoho [1993]), qui permet l'application d'un certain nombre de mesures de réduction du bruit [START_REF] Zhang | Wavelets, ridgelets, and curvelets for Poisson noise removal[END_REF], [START_REF] Luisier | Fast interscale wavelet denoising of Poisson-corrupted images[END_REF], [START_REF] Luisier | Image denoising in mixed Poisson-Gaussian noise[END_REF], [START_REF] Makitalo | Optimal inversion of the Anscombe transformation in low-count Poisson image denoising[END_REF]). Avant d'aborder la régularisation TV, remarquons que d'autres techniques de débruitage pour bruit Poisson existant, comme l'estimation multi-échelle de Haar [START_REF] Fryzlewicz | A Haar-Fisz algorithm for Poisson intensity estimation[END_REF], Nowak and Kolaczyk [2000]), le wedgelets et platelets [START_REF] Rebecca | Platelets: a multiscale approach for recovering edges and surfaces in photon-limited medical imaging[END_REF]) ou minimum description length [START_REF] Robert | Unsupervised progressive parsing of Poisson fields using minimum description length criteria[END_REF]). Le but de notre travail n'est pas de comparer ces différents algorithmes, mais de développer une méthode adaptée à la reconstruction MLEM. Nous avons choisi la régularisation TV pour les raisons suivantes : premièrement, la méthode TV répond aux faibles coûts de calcul. Comparé aux autres algorithmes, TV peut réaliser le débruitage plus rapidement. Deuxièmement, la TV permet de réduire les bruits tout en préservant efficacement les bords de l'objet, ce qui est particulièrement intéressant en TEMP et TEP, où l'on doit conserver l'information des contours de l'objet. Troisièmement, la régularisation TV introduisant l'algorithme de lissage avant l'algorithme EM aidera à la convergence et améliorera la stabilité des résultats. Cet avantage a été prouvé expérimentalement dans notre travail.

Méthode de régularisation TV

La régularisation TV a été introduite pour la première fois par Rudin et al. [1992] et développée plus tard par [START_REF] Rudin | Total variation based image restoration with free local constraints[END_REF], Chan et al. [1995], Vogel and Oman [1996], Chan et al. [1996], Carter [2001], Chambolle [2004] pour le débruitage et la déconvolution. Lorsque l'opérateur k est une fonction de Dirac (δ(x, y)), le système devient : u + n = z, ce qui correspond au débruitage de l'image pour z ∼ D(u). Dans [START_REF] Rudin | Total variation based image restoration with free local constraints[END_REF], Chan and Wong [1998], [START_REF] Tony F Chan | A nonlinear primal-dual method for total variation-based image restoration[END_REF], Carter [2001] plusieurs algorithmes numériques basés sur la TV ont également été proposés pour la restauration des images contaminées par le flou et le bruit.

Dans la méthode de variation totale avec la bruit additif gaussien, le problème primal à résoudre est : min

u αT V (u) + 1 2 ||u -z|| 2 2 Φ(u)
, où TV(u) = Ω |∇u| 2 dxdy, ∇ présente le gradient et ||u -z|| 2 représente la norme L 2 de l'erreur entre l'image vraie u et l'image observée z. La version discrète de la norme TV pour une image u (une matrice bidimensionnelle de taille J = N × N ) est la suivante :

T V (u) = 1≤i,j≤N |(∇u) (i,j) |.
Ensuite la TV perturbée TV(u) = Ω |∇u| 2 + dxdy est proposée par plusieurs chercheurs (Rudin et al. [1992] }.

En tomographie d'émission où l'acquisition suit la distribution de Poisson, les données acquises sont souvent contaminées par des bruits de Poisson. Ces bruits introduiront des hautes fréquences dans la reconstruction lorsque le MLEM est utilisé. En raison de la nature de l'estimation de la probabilité maximale, les fréquences élevées seront renforcées à chaque itération. Une solution possible est d'introduire le lissage a priori de l'information dans le processus de reconstruction. La méthode basée sur la norme de variation totale permet d'obtenir des régions lisses tout en préservant ses bords. Plusieurs techniques ont été proposées par Panin et al.

[1999], [START_REF] Yan | Expectation maximization and total variation based model for computed tomography reconstruction from undersampled data[END_REF], [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF], Sawatzky et al. [2008] pour la reconstruction EM régularisée par TV. L'introduction de la régularisation TV dans l'algorithme EM signifie que l'on ajoute un lissage avant l'EM, ce qui conduit à un TV régularisé maximum a posteriori (MAP).

L'objet de l'algorithme EM est de résoudre le maximum de vraisemblance, ce qui équivaut à résoudre le problème de minimisation suivant : min{-L(λ|Y ) : λ ∈ (R + ) J }, où λ est le vecteur estimé de moyennes de distribution des émissions, Y est le vecteur des observations. Avec la régularisation TV, l'objectif devient :

min{-L(λ|Y ) + G(λ) : λ ∈ (R + ) J },
où G(λ) représente le terme de variation totale, donc G(λ) = αTV(λ).

Plusieurs méthodes numériques ont été proposées pour résoudre ce problème [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF], Sawatzky et al. [2008]).Toutes ces méthodes ont été prouvées expérimentalement pour conduire la reconstruction TV-EM stable ainsi que préserver les contours de l'objet. Notre objectif est de rechercher la méthode la mieux adaptée à la reconstruction EM. Nous avons appliqué la méthode proposée dans Maxim et al. [2018] qui a fait ses preuves de convergence à la fois en théorie et expérimentalement.

Afin de comparer cette méthode proposée (Maxim et al. [2018]) avec d'autres méthodes, plusieurs tests numériques sont effectués. Pour le débruitage d'image de bruit de Poisson, nous avons comparé la méthode proposée par [START_REF] Chambolle | A first-order primal-dual algorithm for convex problems with applications to imaging[END_REF] et Maxim et al. [2018]. Pour la reconstruction tomographique, nous avons comparé les méthodes proposée dans [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF], Sawatzky et al. [2008] et Maxim et al. [2018]. Deux niveaux de bruit différents ont été testés en figure 4.1 pour les bruits faibles et les bruits forts. Les résultats de la reconstruction MLEM avec régularisation TV sont montrés en figure 4.3. Selon la comparaison numérique, la méthode proposée par Maxim et al. [2018] peut améliorer efficacement la résolution de reconstruction, en particulier pour les données avec les bruits faibles. L'algorithme est plus rapide que la méthode proposée par [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF] qui est basée sur l'algorithme de [START_REF] Chambolle | A first-order primal-dual algorithm for convex problems with applications to imaging[END_REF]. À l'exception de la reconstruction, pour le débruitage de Poisson uniquement, la méthode de [START_REF] Chambolle | A first-order primal-dual algorithm for convex problems with applications to imaging[END_REF] fonctionne à la fois pour les données à bruit élevé et à bruit faible. La méthode que nous proposons présente moins d'avantages pour le bruit élevé, mais elle est plus rapide que celle de Chambolle and Pock [2011] dans les premières itérations avec le bruit faible. Pour accélérer l'algorithme, nous avons également ajouté l'algorithme FISTA proposé par Beck and Teboulle [2009]. L'algorithme TV-FISTA-EM est résumé dans le tableau de l'algorithme 1.

Déconvolution de la PSF

La résolution spatiale des images de la caméra Compton souffre des incertitudes dues à la résolution imparfaite de la détection des photons, principalement sur les mesures de position et d'énergie. Pour corriger les artefacts introduits par ces incertitudes, nous avons étudié la méthode de la déconvolution par la fonction d'étalement du point (PSF). Nous illustrons d'abord l'algorithme de déconvolution Richardson-Lucy (RL) introduit par [START_REF] Hadley | Bayesian-based iterative method of image restoration[END_REF], Lucy [1974], puis nous testons la déconvolution RL sur le défloutage d'image avec et sans le bruit de Poisson. Ensuite, nous rappelons la méthode de déconvolution PSF appliquée à la récupération de résolution pour l'imagerie médicale, et illustrons la déconvolution dans l'algorithme de reconstruction. Après l'étude de la déconvolution avec le filtre de convolution connu, nous présentons enfin la méthode de déconvolution développée où nous estimons la PSF inconnue pour la caméra Compton.

Nous modélisons les incertitudes de mesure par une convolution avec k, ce qui signifie que la mesure est maintenant T (k ⊗ λ). Si le k est invariant par rotation, la convolution avec k est aussi la corrélation avec k, l'algorithme général peut être exprimé comme suit :

λ (l+1) = λ (l) s (R ⊗ k), avec R = T T 1 T ( λ (l) ⊗ k) .
Nous avons étudié la déconvolution de PSF variante spatiale par la simulation Monte Carlo avec un géométrie de la caméra présentée à la figure 4.19. La première simulation était une source voxélisée convoluée avec la PSF connue : un filtre gaussien (σ = 2) 3D. Aucune incertitude n'a été prise en compte au cours de la simulation, même l'effet Doppler a été désactivé. La deuxième simulation a été obtenue avec la PSF inconnue et les incertitudes sur la détection de l'énergie et de la position ont été prises en compte. Il convient donc d'estimer la PSF inconnue. L'estimation de la PSF est détaillée à la section 4.2.4.

La méthode proposée de débruitage par TV a été utilisée dans une étude présentée dans l'annexe (voir page 133). Le but de cette étude est d'évaluer la qualité d'imagerie par la caméra Compton dans une condition idéale. La reconstruction EM par la régularisation TV combinée avec la déconvolution de la PSF a été présentée dans MIC 2018, pour améliorer la qualité des images reconstruites à partir des données plus réalistes.

Conclusion

Dans la reconstruction de l'image par caméra Compton, en raison de l'influence des incertitudes des mesures angulaires et de position, les images semblent souvent très dégradées et déformées. Ces incertitudes sont difficiles à modéliser dans l'estimation de la matrice du système. Par ailleurs, le bruit de Poisson apparaît fréquemment lors de la reconstruction et est généré par des appareils de détection de photon. Nous avons étudié deux méthodes de récupération de résolution dans l'image pour améliorer la résolution spatiale limitée de la reconstruction : le débruitage TV et la déconvolution de PSF. Plusieurs conclusions peuvent être tirées du résultat obtenu.

Tout d'abord, la méthode TV régularisée EM contribue largement à la convergence de la reconstruction et permet d'obtenir un résultat lisse et sans bruit tout en préservant l'information sur les bords des objets. Cet avantage sera particulièrement utile en protonthérapie lorsqu'il s'agit d'identifier la chute dans le profil de γ prompt à la fin du parcours des protons. L'inconvénient de TV-EM est que le choix du paramètre définissant le poids de régularisation a une forte influence et est difficile à gérer. Deuxièmement, la déconvolution de la PSF basée sur l'image pourrait être une solution pour récupérer la résolution spatiale. Si la PSF est bien connue, sans le bruit de Poisson, la déconvolution RL convergera vers la vérité terrain. Pour les données contaminées par le bruit de Poisson, la capacité de déconvolution est limitée, l'algorithme diverge après quelques itérations. La déconvolution régularisée par TV pourrait être une solution. Si le poids de régularisation est bien choisi, TV-RL produira un résultat acceptable. Troisièmement, dans le cadre de la reconstruction MLEM, la déconvolution ne pourra pas converger vers la vérité terrain même avec la PSF bien connue. La post-déconvolution peut réduire le temps de calcul mais la qualité du résultat est plus limitée par rapport au RL-EM. Pour combiner le débruitage et le défloutage de l'image tout en conservant le contour de l'objet, nous proposons d'appliquer la méthode TV-RL-EM pour la reconstruction. Nous pensons que le TV-RL-EM est une bonne solution pour la récupération de la résolution spatiale de la reconstruction MLEM pour l'imagerie caméra Compton. Étant donné que le calcul de régularisation et de déconvolution est ajouté dans l'espace image, cette méthode peut être facilement extensible à d'autres modalités d'imagerie et être adaptée à d'autres algorithmes de reconstruction, par exemple OSEM.

L'inconvénient de TV-RL-EM est que l'estimation de la PSF dans les images reconstruites dépend de la configuration de l'acquisition (le volume de reconstruction, le nombre d'événements, la géométrie de la caméra, matériaux, l'énergie de la source, etc.) Dans la pratique, le changement de l'un de ces facteurs nécessitera le changement de la PSF estimé. D'ailleurs, nous n'avons pas résolu le problème du coût de calcul. Une solution possible pour l'accélération est de paralléliser le calcul de la déconvolution dans chaque voxel.

Chapter 4

Resolution recovery of MLEM reconstruction

This chapter investigates resolution recovery methods in image space for Compton camera imaging in three steps: first a total variation (TV) regularization method adapted to MLEM algorithm is developed, then the PSF deconvolution for recovering the deformation of reconstruction is studied, and finally the combination of TV regularized EM reconstruction and PSF deconvolution on Compton camera imaging is presented. Some reconstruction results on data simulated with ideal detectors and data simulated with realistic detectors are shown for comparison.

Image restoration and total variation regularization

The contribution of this section is a total variation regularized EM reconstruction algorithm adapted to Compton camera imaging. This section first gives a brief introduction on image restoration methods, then summarizes some existing TV regularization methods in image denoising, deblurring and in EM reconstruction, finally illustrates a maximum a posteriori (MAP) EM method adapted to our problem.

Image restoration means to find the image u from the degraded image z, with z ∼ D(k * u), where k stands for a degradation, or a transfer operator and D is some probabilistic distribution. The most common, and with interest in our work are the Gaussian distribution and the Poisson distribution. In the case of a Gaussian distribution, the additive noise model is generally written as:

k * u + n = z (4.1)
with n represents the additive noise and * the convolution. Recovering (or estimating) u from z without k and n being known is often related to image denoising and deblurring. Noise in image acquisition can be categorized generally in two types: the additive noise n and the signal dependent noise. The cause of additive noise is the intrinsic thermal and electronic fluctuations of the sensor and electronic circuits of imaging devices. A typical model for n is Gaussian additive noise, of which the probability density function (PDF) equals to a normal distribution. Because of its mathematical tractability, Gaussian additive noise is often used to mimic the random processes that occur in nature.

The signal dependent noise is generated from the stochastic nature of the photon-counting process at the devices. The number of detected photons following a Poisson law (z ∼ P (k * u)) will bring the Poisson distributed noise to the image. Unlike the Gaussian additive noise, the PDF of Poisson noise depends on the number of photons detected. In most acquisitions of medical imaging, the noise in image is often a mixture of additive and Poisson noise. In low photon counts such as SPECT, Poisson noise is much stronger than the additive noise and will definitely influence the image quality. Finding an appropriate denoising method for Poisson noise is thus important for resolution recovery of reconstruction.

Some researchers have suggested that Poisson noise can be transformed to Gaussian noise (Anscombe [1948], Donoho [1993]), which enables the application of a number of noise reduction algorithms [START_REF] Zhang | Wavelets, ridgelets, and curvelets for Poisson noise removal[END_REF], [START_REF] Luisier | Fast interscale wavelet denoising of Poisson-corrupted images[END_REF], [START_REF] Luisier | Image denoising in mixed Poisson-Gaussian noise[END_REF], [START_REF] Makitalo | Optimal inversion of the Anscombe transformation in low-count Poisson image denoising[END_REF]). Before investigating the TV regularization for denoising, we would like to mention that except TV methods there are also other denoising techniques for Poisson noise, such as multiscale Haar estimation [START_REF] Fryzlewicz | A Haar-Fisz algorithm for Poisson intensity estimation[END_REF], Nowak and Kolaczyk [2000]), wedgelets and platelets methods [START_REF] Rebecca | Platelets: a multiscale approach for recovering edges and surfaces in photon-limited medical imaging[END_REF]) or minimum description length [START_REF] Robert | Unsupervised progressive parsing of Poisson fields using minimum description length criteria[END_REF]). The goal of our work is not to compare these different algorithms, but to develop a method adapted to MLEM reconstruction. We chose TV regularization because of the following reasons: firstly, TV meets the relatively low computational costs and memory requirements, so as to be able to handle large data sets. Compared to the other algorithms, TV may realize denoising faster. Secondly, TV allows to reduce the noise while preserving effectively the edges of object, which is especially interesting in SPECT and PET, where one should preserve the information of object contours. Thirdly, TV regularization introducing the smooth prior to EM algorithm will help the algorithm to converge and will improve the stability of results. This advantage was proved experimentally in this chapter.

TV denoising for Gaussian noise

TV regularization was first introduced by Rudin et al. [1992] and latterly be developed for image denoising and deblurring (in another word deconvolution).

Let u be the true image and z the observed image, both defined on the open and bounded domain Ω of R 2 . When the operator k is a Dirac delta function the system in (4.1) becomes:

u + n = z, ( 4.2) 
which leads to image denoising for z ∼ D(u). Generally the problem is ill-posed with respect to u and a certain regularized condition should be imposed to transform it in a well-posed problem. In total variation method with Gaussian additive noise the primal problem to be solved is:

min u αT V (u) + 1 2 ||u -z|| 2 2 Φ(u) , ( 4.3) 
where

T V (u) = Ω |∇u| 2 dxdy, (4.4)
∇ is the gradient and ||u -z|| 2 represents the L 2 -norm of the error between the true image u and the observed image z.

The discrete version of the TV norm for an image u (a two dimension matrix of size

J = N × N ) is: T V (u) = 1≤i,j≤N |(∇u) (i,j) |. (4.5)
Since the objective function Φ(u) is convex with respect to the variable u, we can minimize Φ(u) by solving the first order necessary and sufficient condition:

∇Φ(u) = - → 0 . (4.6)
The corresponding Euler-Lagrange equation is:

-α∇ • ( ∇u |∇u| ) + u -z = 0. (4.7)
This equation is not well defined when |∇u| = 0. To overcome this barrier the perturbed TV norm is proposed by several researchers (Rudin et al. [1992], Chan et al. [1995], Vogel and Oman [1996], [START_REF] Tony F Chan | A nonlinear primal-dual method for total variation-based image restoration[END_REF], Carter [2001]):

T V (u) = Ω |∇u| 2 + dxdy, (4.8)
where the is a small positive parameter, so now the primal problem becomes:

min u α Ω |∇u| 2 + dxdy + 1 2 ||u -z|| 2 2 .
(4.9)

The corresponding Euler-Lagrange equation is then:

-α∇ • ( ∇u |∇u| 2 + ) + u -z = 0. (4.10)
The main difficulty posed by this equation is the linearization of the non-linear term:

-∇ • ∇u √ |u| 2 +
, which makes the denoising sensitive to the parameter . Several numerical algorithms have been proposed by Rudin et al. [1992], [START_REF] Tony F Chan | Continuation method for total variation denoising problems[END_REF], [START_REF] Curtis | Iterative methods for total variation denoising[END_REF] to solve iteratively the primal problem. Instead of solving directly the primal problem (4.9), [START_REF] Tony F Chan | A nonlinear primal-dual method for total variation-based image restoration[END_REF] and Carter [2001] proposed a primal-dual method to solve the TV regularization problem independent on . Here the "dual" is named after a dual principle applied to the TV norm. Rewriting the |∇u| as: (4.11) where w is the variable of dual problem which stands for the normalized gradient of u. Their primal-dual problem is:

|∇u| = max |w| 2 ≤1 w • ∇u,
min u max |w| 2 ≤1 {-α Ω u∇ • w dxdy + 1 2 ||u -z|| 2 2 Ψ(u,w)
}.

(4.12)

The objective function Ψ(u, w) is strictly convex in the primal variable u, the minimum can be found as a solution of:

∇ u Ψ(u, w) = 0 ⇔ u(w) = z + α∇ • w. (4.13)
Now replacing the primal variable u by writing u in terms of w, the dual problem is:

max |w| 2 ≤1 {α Ω w • ∇z dxdy - α 2 2 ||∇ • w|| 2 2 }. (4.14)
In Chambolle [2004] a purely dual method was also proposed. The first step consists to rewrite the Euler equation as follows (see Hiriart-Urruty and Lemaréchal [2013][Prop. 6.1.2] for properties of the complex conjugate): (4.15) where ∂ stands for the sub-gradient, the superscript * denotes the complex conjugate. This leads to: .16) and by introducing the variable w = z-u α , the problem turns to:

(z -u)/α ∈ ∂T V (u) ⇐⇒ u ∈ ∂T V * ((z -u)/α),
z α ∈ z -u α + 1 α ∂T V * z -u α , ( 4 
min w w -(z/α) 2 2 + 1 α T V * (w). (4.17)
An algorithm proved fast for solving this problem is proposed in Chambolle [2004]. Except denoising, in [START_REF] Rudin | Total variation based image restoration with free local constraints[END_REF], Chan and Wong [1998], [START_REF] Tony F Chan | A nonlinear primal-dual method for total variation-based image restoration[END_REF], [START_REF] Jamylle | Dual methods for total variation-based image restoration[END_REF] several numerical algorithms based on TV were also proposed for restoration of images corrupted both by blurring and noise. The model is expressed in (4.1), where k is an unknown transfer operator that stands for the blurring kernel and corresponds to a point spread function (PSF). The problem is ill-posed with respect to both u and k, and regularization is needed for both. The goal is deblurring (in other words blind deconvolution since the PSF is unknown) as well as denoising. In Chan and Wong [1998] authors cited that the motivation of using the total variation regularization for PSF is that some PSFs can have edges. After adding TV regularization the problem to be solved is: .18) where α 1 , α 2 are parameters measuring the trade off between a good fit and the regularity of the solutions u and k.

min u α 1 T V (u) + α 2 T V (k) + 1 2 ||k * u -z|| 2 2 Φ(u,k) . ( 4 

TV regularized tomography with Poisson noise

In emission tomography where the acquisition follows Poisson distribution, the acquired data is often contaminated with Poisson noise. Poisson noise will introduce high frequencies in the reconstruction when the MLEM is used. Due to the nature of estimating the maximum likelihood, high frequencies will be reinforced during each iteration. One possible solution is to introduce smoothing a priori information into the reconstruction process. The prior based on the total variation norm is suitable for obtaining smooth regions while preserving its edges. Several TV methods were proposed for tomographic reconstruction from data contaminated with Poisson noise [START_REF] Vy Panin | Total variation regulated EM algorithm [SPECT reconstruction[END_REF], [START_REF] Yan | Expectation maximization and total variation based model for computed tomography reconstruction from undersampled data[END_REF], [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF], Sawatzky et al. [2008]). Introducing the TV regularization in the MLEM algorithm means that we add a smoothing prior to the likelihood, which leads to a TV regularized maximum a posteriori (MAP) algorithm. The object of MLEM algorithm is to solve for the maximum of likelihood, which equals to solve the following minimization problem:

min{-L(λ|Y ) : λ ∈ (R + ) J }. (4.19)
where λ is the vector of means of the emission distribution, Y is the vector of observations. With the TV regularization, the objective becomes: (4.20) where G(λ) represents the total variation term, thus:

min{-L(λ|Y ) + G(λ) : λ ∈ (R + ) J },
G(λ) = αTV(λ). (4.21)
The corresponding Euler-Lagrange equation of (4.20) is:

-∇ λ L(λ|y) + α∂TV(λ) = 0. (4.22)
The gradient of the log-likelihood is: 4.23) where T corresponds to the system matrix, T * is the complex conjugate of T and T * = T T . The Euler-Lagrange equation that corresponds to (4.20) is then:

∇ λ L(λ|y) = T * 1 -T * [ y T λ ], ( 
T * 1 -T * [ y T λ ] + α∂TV(λ) = 0. (4.24)
To solve (4.24), in [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF] a method based on the primal-dual algorithm introduced by [START_REF] Chambolle | A first-order primal-dual algorithm for convex problems with applications to imaging[END_REF] is proposed. The method can be summarized as follows: let H(µ) = µ -ylogµ, 1 be the negative log-likelihood for Poisson denoising, where µ is the mean of observation Y and µ = T λ. The proposed algorithm consists to choose the constants σ, τ > 0, and initial values (λ (0) , µ (0) ) ∈ (X × Y ), where X is the Euclidean space R N ×N and Y = X × X, then to apply the Chambolle-Pock algorithm for Poisson denoising step. This gives:

µ (l+1) = (1 + σ∂H * ) -1 (µ (l) + σT λ (l) ), (4.25) λ(l+1) = (1 + τ ∂G) -1 ( λ(l) -τ T * µ (l+1) ), (4.26) λ (l+1) = 2 λ(l+1) -λ(l) , (4.27)
where H * is the convex conjugate of H.

The TV-MAP-EM algorithm consists to solve (4.24) by two steps: expectation (E) step and maximization (M) step . The (E) step is same as MLEM:

λ (l+ 1 2 ) = λ (l) T * 1 T * [ y T λ (l) ].
(4.28)

The (M) step is a generalized TV Poisson denoising step, with the objective: (4.29) This step becomes regular Poisson denoising when T * is an identity matrix. Several numerical methods have been proposed for solving the (M) step [START_REF] Yan | Expectation maximization and total variation based model for computed tomography reconstruction from undersampled data[END_REF], Sawatzky et al. [2008]). The method in Sawatzky et al. [2008] is based on the dual formulation introduced by Chambolle [2004]. The Poisson denoising step can be resumed in the following formulas:

λ (l+1) ∈ arg min u u -λ (l+ 1 2 ) log(u), T * 1 + α||u|| TV .
λ (l+1) = λ (l+ 1 2 ) -divψ k • α λ (l)
T * 1 , (4.30) .31) where the condition 0 < τ < T * 1 4αλ should be ensured for convergence of the algorithm. All these methods were experimentally proved to lead the reconstruction stable while preserving sharp edges of object. Our goal is to search a best suited method for EM reconstruction for Compton camera imaging. We developed a new TV-MAP-EM method, described in detail in Maxim et al. [2018]. This method is proved both theoretically and experimentally convergent. We name this method "dual" as it is based on a dual formulation. The idea is to iteratively reach the maximum of likelihood (the minimum of (4.20)) by solving a sequence of minimization problems lean on the Fenchel-Rockafellar duality theorem. The dual formulation is written as:

ψ k+1 = ψ k + τ ∇ div ψ k -λ (l+ 1 2 ) /α 1 + τ |∇ div ψ k -λ (l+ 1 2 ) /α | , ( 4 
ϕ * = arg min ϕ∈K h(ϕ), ( 4.32) 
with

h(ϕ) = -log(T * 1 + αdivϕ), T * 1λ (1+ 1 
2 ) , (4.33) and K = {ϕ ∈ Y : |ϕ i,j | ≤ 1 and T * 1 + αdivϕ > 0}.

The TV Poisson denoising step reads:

λ (l+1) = T * 1 T * 1 + αdivϕ * λ (l+ 1
2 ) , (4.34) where ϕ * is the limit of the sequence (ϕ (k) ) generated as:

ϕ (k+1) = ϕ (k) -τ z (k) 1 + τ |z (k) | , ( 4.35) 
with

z (k) = ∇( T * 1 T * 1 + αdivϕ * λ (l+ 1 2 ) ). (4.36) Let L h = 8α 2 ||T * 1λ l+ 1 2 || ∞ /(min(T * 1) -4α) 2
, for 2D images it is proved that the sequence (h(ϕ (k) )) is decreasing and converges to the minimum of h when α < min(T * 1)/4 and τ < α/L h , for 3D images the condition becomes α < min(T * 1)/6 (see Maxim et al. [2018] for convergence proofs in detail).

With the sensitivity estimated by analytic methods introduced in the previous chapter, T * 1 can be replaced by the sensitivity vector S. To accelerate the algorithm we also added the fast iterative shrinkage-thresholding algorithm (FISTA) proposed by Beck and Teboulle [2009]. The dual TV-MAP-EM-FISTA algorithm for reconstruction is summarized as Algorithm 1. 

Results of TV denoising and TV-EM reconstruction for 2D RADON projections

Several numerical tests are performed to compare the proposed method with some representative methods from the literature. The experiments are summarized below: We first compared the method proposed by Maxim et al. [2018] (FISTA added) with Chambolle and Pock [2011] for image denoising. Two different noise levels were tested in figure 4.1 for mild noise and severe noise, the TV denoising was stopped at 2 × 10 4 iterations since the result is close to the ground truth f . To show the convergence of these two algorithms, we calculated the difference between result obtained after each iteration and result obtained after 2 × 10 4 iterations. The log-difference as a function of iteration is shown in figure 4.2 for 1 × 10 4 iterations. The ground truth f is the Shepp-Logan head phantom in Matlab, sampled in 256 2 pixels. We used Matlab function "poissrnd" to generate random numbers from the Poisson distribution, this function is also used in section 4.2.1 for generating image contaminated by Poisson noise. The severe noisy image is generated by using the Shepp-Logan phantom as the mean value of Poisson distributed noise, the mild noisy image is generated by multiplying the image intensity by 10.

The denoised images shown in figure 4.1 prove that the proposed Poisson denosing method and the Chambolle-Pock method work both for severe noise and mild noise data. Moreover, comparing the figures of merit shown in figure 4.2, the convergence of our proposed method was faster than the convergence of Chambolle-Pock method in the first iterations while the noise is mild, but was slower for severe noise, which requires a high regularization coefficient.

For tomographic reconstruction, we compared the method proposed in [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF], Sawatzky et al. [2008] and Maxim et al. [2018] (without FISTA). Ideal Radon projections of the Shepp-Logan phantom in Matlab were generated for angles running from 0 • to 175 • in steps .37) The difference between the central slices of reconstruction (shown on left in figure 4.3) is not visually evident. Comparing the merit MSE shown in figure 4.4, the proposed dual method and Sawatzky method perform better than the method in [START_REF] Anthoine | Some proximal methods for Poisson intensity CBCT and PET[END_REF]. The total energy decreases faster when the dual method or the Sawatzky method are used, which corresponds to a faster convergence of reconstruction.

MSE( λ) = 1 J λ j -λ j 2 . ( 4 
In this section an algorithm that combines a regular ML-EM step with a TV Poisson denoising step is presented and compared with other methods following the same objective. According to the numerical comparison, the TV regularization method proposed in Maxim et al. [2018] will help to reduce the high frequencies artifacts in MLEM reconstruction. This method can also be used for Poisson denosing only, but the performance is inferior to the Chambolle-Pock method when the noise level is severe, a situation that requires a stronger regularization weight.

76

Yuemeng FENG 

λ (l, EM) = λ (l-1, TV-FISTA-EM) S T * 1 [T λ (l-1, TV-FISTA-EM) ]
TV step:

τ = S min -6α 2 12 * α * max{Sλ (l,EM) } , divψ 0 = 1 for k = 1 : nb_iter_TV z (k) = Sλ (l, EM) S + αdivψ (k) ψ (k+1) = ψ (k) -τ z (k) 1 + τ z (k)
end λ (l, TV-EM) = Sλ (l, EM) S + αdivψ (nb_iter_TV) FISTA step: 

t (l) = 1 + 1 + 4(t (l-1) ) 2 2 λ (l, TV-FISTA-EM) = λ (l, TV-EM) + t (l-1) -1 t (l) (λ (l, TV-EM) -λ (l-1, TV-EM) ) 78 

Image-based PSF deconvolution

The originality of this section is a proposed resolution recovery method for Compton camera imaging which incorporates the PSF deconvolution into TV regularized EM reconstruction. The spatial resolution in Compton camera images often suffers from the uncertainties caused by the imperfect resolution of photon detection, mainly on the position and energy measurements. To correct the artifacts introduced by these uncertainties, we investigated the image-based PSF deconvolution. We first illustrate the Richardson-Lucy deconvolution algorithm introduced by [START_REF] Hadley | Bayesian-based iterative method of image restoration[END_REF], Lucy [1974], then test the RL deconvolution on image deblurring with and without Poisson noise. Afterwards, we recall the PSF deconvolution method applied in resolution recovery for medical imaging, and illustrate the deconvolution on reconstruction algorithm. After investigating the deconvolution on reconstruction with the known convolution filter, we finally present the developed deconvolution method where we estimate the shift-variant PSF for Compton camera imaging reconstruction.

The original idea of applying the probability based deconvolution for restoring the noisy degraded image was proposed in [START_REF] Hadley | Bayesian-based iterative method of image restoration[END_REF] and [START_REF] Leon | An iterative technique for the rectification of observed distributions[END_REF]. This method based on Bayes's theorem can be applied to improve the quality of reconstructed images when the system matrix are not modeled accurately and when the data used for reconstruction has high noise level caused by low statistics. We will first illustrate this method in one dimension.

Denoting the transfer operator to obtain the observation z as k. Denoting the value of the observed array at location m as z m , the unknown true value at location i as u i . k, z and u can be taken as the entire set of discrete random variables. The numerical value of an element in k, z and u can be considered as the measurement of the frequency that an event occurs at that position. We have

u = i u i , z = m z m , z m = i k i,m u i , k i,m
corresponds to an element of transfer operator which transforms u i to z m . Units of energy (which can be considered as unique events) at an element in u are distributed at elements in z according to the frequencies indicated by k. The restoration is a conservative process, in other words the total energy does not change, so u = z. In the following, the frequency function (in another word probability) is expressed by P . It is assumed that the problem to be solved can be expressed by the following equation: z = k * u, (4.38) where * denotes the convolution. The RL deconvolution is based on the Bayes's theorem. The conditional probability of an event at u i given an event at z m is:

P (u i |z m ) = P (u i , z m ) P (z m ) . ( 4 

.39)

Obviously P (z m ) = j P (z m |u j )P (u j ), we thus have: .40) Since z m depends on all u i in accordance with the point spread function k, we have:

P (u i |z m ) = P (z m |u i )P (u i ) j P (z m |u j )P (u j ) . ( 4 
P (u i ) = m P (u i , z m ) = m P (u i |z m )P (z m ). (4.41)
Take (4.40) to (4.41):

P (u i ) = m P (z m |u i )P (u i ) j P (z m |u j )P (u j ) P (z m ). (4.42)
Often the estimation of probability P (u i ) is solved by iterative methods with the initialization taken as a uniform distribution, so P 0 (u i ) = 1/I and P l (u i ) in l th iteration is: (4.43) since u = i u i , z = m z m and u = z, we have: .45) since z m = i k i,m u i , we also have: .46) where k i,m corresponds to the element of transfer operator, in other words the application from element u i to element z m , k can also be taken as the entire set of applications. (4.43) then becomes to:

P (l) (u i ) = m P (z m |u i )P (z m ) j P (z m |u j ) P (l-1) (u j ) P (l-1) (u i ),
P (z m ) = z m z = z m u , (4.44) P (u i ) = u i u . ( 4 
P (z m |u i ) = P (k i,m ) = k i,m k , ( 4 
u (l) i u = u (l-1) i u m k i,m k zm u j k j,m k u (l-1) j u . (4.47)
Finally, in order to estimate u given the observation z and a known k, the RL deconvolution consists of the following iterative procedure where two convolution kernels are added:

u (l) = u (l-1) • ( z u (l-1) ⊗ k ⊗ k * ), (4.48) 
k * here stands for the conjugate transpose of the PSF matrix k.

Results of RL deconvolution on image deblurring

Before investigating the PSF deconvolution in EM reconstruction, we first investigated the RL deconvolution for image deblurring purely. The experiments in this section are divided into two steps: we first tested the RL deconvolution on image without noise, then tested the RL deconvolution on image with noise generated following the Poisson law. For both situations we further added TV regularization in a different experiment. We propose to apply the TV regularization for accelerating the convergence and reduce the negative influence of high frequencies when Poisson noise was included.

• RL deconvolution on image without noise

This step aims to investigate the RL deconvolution in 3D with a known PSF and without noise. Two different volumes: a cube (thickness 1 cm) and an image "RADON" (thickness 1 cm) were convolved by a 3D Gaussian filter (σ = 2) without noise. The RL deconvolution was applied to the convolved 3D volume. Results in figures 4.9 and 4.10 show that with a known filter, RL deconvolution converges towards the undegraded image. In our example 1000 iterations are required to recover the cube and more iterations (about 2 × 10 4 ) are needed for the more complex image "RADON".

We propose to apply total variation regularization to RL deconvolution for accelerating the convergence. The two slices in figure 4.11 are obtained after 200 iterations without (central line) and with (last line) TV regularization. Figure 4.12 shows the central profile of slices in figure 4.11, one can tell the RL deconvolution has not converged. The slice in the center line of figure 4.11 has blurred edges because the RL deconvolution needs more iterations to converge. The last line in figure 4.10 is compared to the last line in figure 4.11, it may be seen that TV largely accelerates the RL deconvolution and helps to converge to an acceptable result. However, for an image convolved by a Gaussian filter, the TV regularized deconvolution will not give an exactly accurate recovery as the RL deconvolution do. The advantage of applying TV regularization is that it demands much less time to reach an acceptable result: not as exact as the ground truth but well deblurred visually. The MSE of deconvolution by TV-RL decreases faster than RL in the first iterations (see figure 4.11). The difference between MSE of each iteration is plotted in figure 4.13 to show the convergence. For TV-RL this value tends to zero earlier than RL, which proves that TV-RL converges faster.

• RL deconvolution on Poisson distributed noisy image

In Yuemeng FENG 87 The choice of TV weight is essential to the result, a large α will yield the deconvolution to a solution too smooth and a small α will not help the deconvolution to converge. Figure 4. [START_REF] Krimmer | Development of a Compton camera for medical applications based on silicon strip and scintillation detectors[END_REF] shows the details on the change of MSE with different TV weights. Figure 4.17 The investigation in this section shows that the RL method is a solution for resolution recovery in image space if the PSF is well known. Results also show that for Poisson noise, a regularization step is needed for deconvolution being able to converge. For a photon detection 88 Yuemeng FENG

imaging system, data are usually combined with Poisson noise, which gives us the reason to investigate the TV regularization on PSF-MLEM reconstruction. In the following we will first illustrate the state of the art of PSF deconvolution for Compton camera imaging reconstruction and then investigated the TV regularized PSF-MLEM. Usually, the PSF can be estimated or measured in medical imaging. Note that when the PSF can not be measured, TV regularization is worth investigated [START_REF] Rudin | Total variation based image restoration with free local constraints[END_REF], Chan and Wong [1998], Chan et al.

[1996], Carter [2001]) because some unknown PSFs might also have edges, which refers to blind deconvolution. However, we didn't investigate the blind deconvolution of TV because finding a proper regularization weight α can be difficult. We first estimated the PSF by simulation, then investigated the standard deconvolution with the estimated PSF, TV is then applied as regularization for reconstruction.

EM-RL reconstruction for Compton camera imaging

Applying the image-space PSF method to EM reconstruction for noise and edge artifacts reduction was originally introduced by [START_REF] Snyder | Noise and edge artifacts in maximum-likelihood reconstructions for emission tomography[END_REF]. Noise and edge artifacts are two fundamental features that impact the quality of the maximum likelihood tomographic reconstruction. The Poisson generated by photon counting and the unconstrained maximum likelihood estimation will cause the noise artifacts. During the past decades, many researchers have studied the possibility of resolution recovery for PET reconstruction by PSF deconvolution [START_REF] Reader | EM algorithm system modeling by image-space techniques for PET reconstruction[END_REF], [START_REF] Cloquet | Non-Gaussian space-variant resolution modeling for list-mode reconstruction[END_REF], [START_REF] Rapisarda | Image-based point spread function implementation in a fully 3D OSEM reconstrcution algorithm for PET[END_REF], [START_REF] Stute | Practical considerations for image-based PSF and blobs reconstruction in PET[END_REF]). Incorporating the image-based shift-variant (SV) PSF into the expectation maximization (EM) algorithm for PET reconstruction was first proposed by [START_REF] Reader | EM algorithm system modeling by image-space techniques for PET reconstruction[END_REF]. Their study compared the space variant (SV) and anisotropic PSF model to a shift-invariant and isotropic PSF model. The results proved that incorporating the convolution with adaptive SV and anisotropic PSF in reconstruction can help to ameliorate the resolution. Meanwhile, if the PSF is not well-adjusted the artifacts may arise. The Gibbs ringing may occur even with an appropriate model. These phenomena had latterly been observed and investigated by [START_REF] Stute | Practical considerations for image-based PSF and blobs reconstruction in PET[END_REF]. In [START_REF] Stute | Practical considerations for image-based PSF and blobs reconstruction in PET[END_REF] authors investigated the influence of different reconstruction parameters on the edge artifacts, for example the number of iterations, the non-negativity constraint, the PSF width and the numerical precision (e.g. float and double influence). Their study showed that the function form (e.g. Gaussian, Cauchy, etc.) used for PSF estimation will impact the result in terms of the resolution recovery but the most important factor is FWHM. Deconvolution will suppress the edge artifacts while the FWHM of the estimated PSF is as close as to the true PSF. The use of PSF deconvolution for Compton camera imaging was first proposed by [START_REF] Kim | Resolution recovery reconstruction for a compton camera[END_REF]. They considered three different functions to model the 3D SV-PSF: Gaussian, Cauchy and general parametric functions. In Jan et al. [2018] authors evaluated the method on proton gamma beam, the tested SV-PSF model is presented as a 3D spatially variant Gaussian. The EM reconstruction aims to estimate iteratively the distribution of γ, and often the computation costs too much time. Adding the two convolution kernel in each iteration of MLEM will further increase the computation costs. In Jan et al. [2018], authors proposed to apply a post deconvolution after several iterations instead of inserting the deconvolution in each iteration. The obtained image by post RL deconvolution was not restored as well as the one obtained by EM-RL, but the quality was acceptable. The high frequencies increased in EM reconstruction will lead to unexpected peak and influence the estimation of PSF model. Most of the researchers proposed to add a post Gaussian convolution for smoothing the result [START_REF] Stute | Practical considerations for image-based PSF and blobs reconstruction in PET[END_REF], [START_REF] Kim | Resolution recovery reconstruction for a compton camera[END_REF], Jan et al. [2018]).

We investigate a TV-regularized EM reconstruction with PSF deconvolution method for the data simulated with realistic detectors with a high level of noise caused by low statistics. Results show that the included deconvolution in each iteration of TV regularized MLEM, could be a possible solution for appropriate resolution recovery in Compton tomographic reconstruction, by reducing the ringing artifacts and the noise.

The MLEM algorithm consists in calculating, starting from some initial value λ 0 ∈ (R * + ) J , the sequence:

λ (l+1) j = λ (l) j s j i t ij y i k t ik λ (l) k , ( 4.49) 
if the algorithm converges we will have:

λ = lim l→∞ λ (l) , ( 4.50) 
where λ is the estimated average of emission defined in (4.19). We model the uncertainties of measurement by a convolution with k, which means the measurement is now T (k ⊗ λ). If the k is rotational invariant, the convolution with k is also the correlation with k, the sequence in 4.49 can be expressed as:

λ (l+1) = λ (l) s (R ⊗ k), with R = T T 1 T ( λ (l) ⊗ k) . ( 4.51) 
This modeling of uncertainties will introduce two additional convolutions during each iteration. The advantage of modeling the uncertainties in the image space is the simplicity of implementation for both projection and list-mode data based reconstruction. Since the SV-PSF is image-based and corresponds to the uncertainties caused by energy and position measurement, different camera geometries and different reconstruction geometries will certainly lead to different kernel k. In the next section we investigated the SV-PSF deconvolution by Monte Carlo simulation with a fixed camera geometry used in the previous chapter (3.3.1). The first simulation was a voxelized source "RADON" convolved with a known PSF, a 3D Gaussian filter (σ = 2) same as the one used in the two previous sections, no uncertainty was considered during the simulation, even the Doppler broadening was disabled. The second simulation was obtained with unknown PSF, both uncertainties on the detection of energy and position were considered. The estimation of unknown PSF is detailed in section 4.2.4.

TV-EM-RL with known PSF

We first tested the RL-EM with a known PSF model. The simulated voxelized source is "RADON" convolved with a 3D Gaussian filter (σ = 2), corresponds to λ * k. During the simulation no uncertainty was added and the measurement was supposed to be ideal. Results shown in figure 4.18 were obtained after 20 iterations with 2 × 10 5 detected events. The simulated geometry is presented in figure 4.5. The post-deconvolution without TV regularization will not help to compensate for the degraded reconstruction. The TV regularized post deconvolution ameliorates the reconstructed image, while the degradation is still stronger than the EM-RL and TV-EM-RL. 

TV-EM-RL with unknown PSF

The PSF in this part is estimated by Monte Carlo simulation. We first estimate the PSF in different positions of a defined volume by reconstructing the point like sources simulated by MEGAlib. Then we reconstruct the image of a γ source by list-mode MLEM, EM-RL, and TV-EM-RL.

• PSF estimation using Monte Carlo Simulation Figure 4.19 represents the geometry of simulation. The center of the first scattering layer of the camera was located at (0, 0, -10) cm. The center of the reconstructed volume was located at (0, 0, -3) cm. The size of the reconstructed volume is 10 × 10 × 8 cm 3 divided into 80 × 80 × 64 voxels. We separately simulated sphere sources with 10 6 events emitted at each simulation, energy 511 keV, radius 1 mm. The distribution of sphere sources on one slice parallel to the camera is illustrated in figure 4.19 (c). Sources were simulated at different positions (x, y, z), x varies from -4 cm to 4 cm, y varies from -4 cm to 4 cm, z varies from -6 cm to -1 cm with a sampling of 1 cm.

To investigate the shape of PSF, we reconstructed the image by methods validated in chapter 3 section 3.5. We took the reconstruction result after 50 MLEM iterations and Yuemeng FENG 91

smoothed the result by convolving the result with a Gaussian filter (σ g = 2 in pixels, FWHM = 6 mm). 2 × 10 5 detected events were used for reconstruction. We modeled the PSF convolved with the smoothing filter by a 3D shift-variant Gaussian expressed as:

k j (x, y, z) = -a × exp -0.5 × x -µ x (j) σ x (j) 2 + y -µ y (j) σ y (j) 2 + z -µ z (j) σ z (j) 2 (4.52) 
where the standard deviation in each dimension is given as:

σ x (j) = σ left x (j) x < µ x (j) σ right x (j) x > µ x (j) (4.53)
and the estimated σ is calculated by:

σ x (j) = σ x (j) 2 estimated -σ 2 g (4.54)
In figure 4.20 we show profiles of the reconstruction PSF convolved with the smoothing filter (solid lines) together with profiles of the fitted Gaussian function (dashed lines). For the sources on the z axis, having coordinates (0, 0, z) with z = -6, ... -1, corresponds distance from 4 cm to 9 cm to the first layer of camera. The profiles are obtained from the vertical central rows from the volumes. The 3D Gaussian model is not well fitted when the distance to camera increases. The central slices of the reconstruction MLEM, MLEM with post smoothing and adjusted 3D Gaussian function for the central PSF (position (0, 0, -3) cm) are shown in figure 4.21. We interpolated the fitted parameters to get parameters in each voxel.

• Results of TV-EM-RL on unknown PSF

We simulated the source in the form of letter "O" centered at (0, 0, -3) and placed parallel to the camera, the thickness of "O" in z direction was 1 cm. The event counts were 200,000. 

Related publications

The proposed TV denoising method was applied in a study presented in appendix (see page 133), in which we aim to evaluate the imaging capabilities of the Compton camera independently of the detection technology, of the geometry or other factors that affect the results of a real detector. An ideal parallel hole collimated system was considered as reference. Both analytic (filtered backprojection) and iterative (maximum likelihood expectation maximization) algorithms were applied in conjunction with the TV denoising. A missing-angle acquisition for the collimated system was used in order to reproduce the covering angle of the simulated Compton camera. The results showed that Compton camera successfully competed against the missing angle collimated system in terms of uniformity in constant intensity regions. The results of this work cannot be extended directly to real detectors and clinical application. We can only infer that Compton cameras could be useful for configurations where a collimated detector cannot turn around the patient and thus missing angle data is generated. Besides, the advantage of Compton camera is more evident at high energies where the collimators become transparent, as it is the case in proton therapy.

A study on resolution recovery for Compton camera image reconstruction using more realistic data was presented at MIC 2018 (Feng et al. [2018]), where we focused on the PSF deconvolution and TV regularized MLEM reconstruction with low statistics. Results obtained with data simulated with ideal detectors and data simulated with more realistic detectors were compared. The study shows that TV a priori strongly improves the images when data are acquired in ideal conditions. For more realistic data, TV regularized MLEM reconstruction is not sufficient and the deconvolution with a pre-calculated image-space kernel should also be considered for properly recovering the reconstructed images. 

Conclusion

In the reconstruction for Compton camera imaging which is based on the conical surface integration, due to the influence of the uncertainties in angular and position measurement, images often appear highly degraded and deformed. These uncertainties are difficult to model in the system matrix estimation. Besides, Poisson noise frequently appears when the reconstruction is generated by photon-counting devices. We investigated two methods for resolution recovery in image space to overcome the limited spatial resolution of reconstruction: TV denoising and PSF deconvolution. Several conclusion may be drawn from the obtained result. Firstly, the TV regularized EM method largely helps the reconstruction to converge, and leads the reconstruction to a smooth denoised result while preserving the boundary information of the object. This advantage will be especially useful for proton therapy when the aim is to identify the falloff in the prompt γ profile at the end of the proton range. The disadvantage of TV-EM is that the choice of the parameter defining the regularization weight has a strong influence and is difficult to handle. Secondly, image-based PSF deconvolution might be a solution to recover the spatial resolution of blurred images. If the PSF is well known, without Poisson distributed noise, the RL deconvolution will converge to ground truth in image space. For Poisson distributed noised image the capability of deconvolution is limited, resolution recovery will diverge after several iterations and deblurred image will be over deconvolved. TV regularized deconvolution might be a solution for decreasing the Poisson distributed noise in image space. If the regularization weight is well chosen, TV-RL will produce an acceptable result. Thirdly, in the MLEM reconstruction, the deconvolution will not be able to converge to the ground truth even with a well known PSF. The post deconvolution can reduce the time cost but recovery is more limited compared to EM-RL. To balance the image denoising and deblurring while conserving the boundary of object, we propose to apply TV-EM-RL method for reconstruction. We believe that the TV-EM-RL is a proper option for spatial resolution recovery of MLEM reconstruction for Compton camera imaging. Since the computation of regularization and deconvolution is added in the image space, this method can be easily extended to other imaging modalities and adapted to other reconstruction algorithms (e.g. OSEM).

The inconvenient of TV-EM-RL is that the estimation of image-based PSF depends on the reconstruction set (reconstruction volume, event counts, etc.) and simulation geometry (material of camera, source energy, etc.). In practice the change of one of those factors will require the change of estimated PSF.
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Part V

Reconstruction of prompt gamma ray in hadron therapy

Résumé en français

Le traitement par hadrons est une forme de radiothérapie qui utilise des particules lourdes appelées hadrons. Les particules lourdes les plus couramment utilisées sont les ions carbone et les protons. L'application des faisceaux d'hadrons dans le traitement des tumeurs radiorésistantes a été proposée par Robert R. Wilson en 1946 et a été utilisée pour la première fois pour traiter des patients en 1954 au laboratoire de Berkeley. Depuis lors, plusieurs centres ont été construits dans le monde, par exemple : NIRS-HIMAC (Japon), HIT (Allemagne), CNAO (Italie), Shanghai Proton and Heavy Ion Hospital (Chine), MedAustron (Autriche), Institut Paul Scherrer (Suisse), Centre de protonthérapie de l'Institut Curie (Paris, France), Institut Méditerranéen de ProtonThérapie (Nice, France), etc.

L'idée de l'hadronthérapie est d'utiliser les rayonnements ionisants pour tuer les cellules malignes lorsque les techniques classiques comme la chirurgie, la chimiothérapie, la radiothérapie classique ne peuvent être utilisées. La radiothérapie classique permet une diffusion non uniforme du flux de photons en utilisant les techniques de la radiothérapie à modulation d'intensité (IMRT). En utilisant un accélérateur linéaire à haute énergie (4)[START_REF] Zoglauer | First results of the high efficiency multi-mode imager (HEMI)[END_REF][START_REF] Bandstra | Detection and imaging of the Crab Nebula with the nuclear Compton telescope[END_REF][START_REF] Tatischeff | The e-ASTROGAM gamma-ray space mission[END_REF][START_REF] Mihailescu | SPEIR: a Ge Compton camera[END_REF][START_REF] Sullivan | Extended radiation source imaging with a prototype Compton imager[END_REF][START_REF] Takeda | A portable Si/CdTe Compton camera and its applications to the visualization of radioactive substances[END_REF][START_REF] Wahl | The Polaris-H imaging spectrometer[END_REF][START_REF] Iltis | Temporal imaging CeBr 3 Compton camera: A new concept for nuclear decommissioning and nuclear waste management[END_REF][START_REF] Singh | An electronically collimated gamma camera for single photon emission computed tomography. Part II: Image reconstruction and preliminary experimental measurements[END_REF][START_REF] Takeda | Demonstration of invivo multi-probe tracker based on a Si/CdTe semiconductor Compton camera[END_REF][START_REF] Motomura | Improved imaging performance of a semiconductor Compton camera GREI makes for a new methodology to integrate bio-metal analysis and molecular imaging technology in living organisms[END_REF][START_REF] Krimmer | Development of a Compton camera for medical applications based on silicon strip and scintillation detectors[END_REF][START_REF] Pausch | A novel scheme of Compton imaging for nuclear medicine[END_REF][START_REF] Kishimoto | First demonstration of multi-color 3-D in vivo imaging using ultra-compact Compton camera[END_REF][START_REF] Fontana | Compton camera study for high efficiency SPECT and benchmark with Anger system[END_REF][START_REF] Frandes | A tracking Comptonscattering imaging system for hadron therapy monitoring[END_REF], la dose d'irradiation peut être délivrée en différentes directions. Cependant, l'efficacité thérapeutique est limitée par le profil de dose en profondeur du photon. Cette contrainte limitera la précision d'irradiation d'une tumeur située profondément à l'intérieur de l'organe. Comme le profil de dose en profondeur est presque plat à l'exception de l'entrée, les tissus sains après la tumeur peuvent être irradiés. De plus, pour certaines tumeurs radiorésistantes, le carbone pourrait avoir une meilleure efficacité biologique. La thérapie par hadrons peut surmonter le manque de radiothérapie classique par une balistique améliorée grâce à la forme spécifique de la distribution de la dose déposée. A la fin de la portée du faisceau, un maximum d'énergie est fourni à l'objet. La région du pic de perte d'énergie pendant le trajet du rayonnement ionisant est appelée pic de Bragg. La position du pic de Bragg peut être décalée en profondeur en faisant varier l'énergie initiale des ions. Selon la vitesse et l'énergie, les ions ou protons chargés peuvent atteindre jusqu'à 30 cm de profondeur dans les tissus.

La détection précise du pic de Bragg est essentielle pour assurer la qualité du traitement en hadronthérapie. La plupart des techniques de vérification sont basées sur la détection du rayonnement secondaire généré par la réaction nucléaire pendant le déplacement des ions. Comme les réactions nucléaires peuvent se produire tout au long du trajet des ions jusqu'au pic de Bragg, l'émission de rayonnement secondaire est corrélée aux ions primaires. Il est prouvé que deux types de gamma peuvent être utilisés dans la pratique clinique pour les systèmes de surveillance de la dose : les paires gamma résultant de l'annihilation du positon, où la TEP est appliquée [START_REF] Enghardt | Charged hadron tumour therapy monitoring by means of PET[END_REF]) pour la détection ; et le rayon gamma dit prompt, où la caméra collimatée est utilisée [START_REF] Min | Prompt gamma measurements for locating the dose falloff region in the proton therapy[END_REF]). La caméra Compton est un autre appareil possible pour la surveillance de la dose en hadronthérapie. En utilisant la collimation électronique, la caméra Compton peut augmenter l'efficacité de détection. La simulation réalisée par Krimmer et al. [2015] a montré que l'efficacité de détection peut passer de 10 -5 (caméras collimatées) à 10 -4 (caméras Compton) pour les systèmes de balayage à faisceau crayon ou PBS (Pencil Beam Scanning). L'imagerie par caméra Compton nécessite des algorithmes spécifiques pour recons-truire l'image de la source. Le faible nombre de comptages et les incertitudes d'acquisition imposent l'utilisation de l'information a priori. Dans ce chapitre, nous présenterons le résultat de la reconstruction sur les données des γ prompts simulés par l'IPNL et montrons le résultat obtenu à partir de l'algorithme présenté dans le chapitre précédent. Le résultat obtenu dans ce chapitre a été présenté dans la conférence PTCOG58.

Chapter 5

Compton camera imaging reconstruction for proton monitoring

Hadron therapy and Bragg peak identification

Hadron therapy is a form of radiotherapy that uses heavy particles called hadrons. The most commonly used heavy particles are carbon ions and protons. Applying hadron beams in cancer therapy for radio-resistant tumors was proposed by Robert R. Wilson in 1946 and was first used to treat patients in 1954 at Berkeley laboratory. Since then several centers have been built all over the world, e.g.: NIRS-HIMAC (Japan), HIT (Germany), CNAO (Italy), Shanghai Proton and Heavy Ion Hospital (China), MedAustron (Austria), Institut Paul Scherrer (Switzerland), Centre de protonthérapie de l'Institut Curie (Paris, France), Institut Méditerranéen de Proton-Thérapie (Nice, France), etc.

The idea of hadron therapy is to use ionizing radiation to kill malignant cells when classical techniques such as surgery, chemotherapy, classical radiotherapy cannot be used. Classical radiotherapy allows a non-uniform photon flux delivery by using the techniques of Intensity Modulated Radiotherapy (IMRT). By using high-energy (4-20 MeV) linear accelerator the irradiation dose can be delivered from different directions. However, the therapeutic effectiveness is limited by the depth dose profile of photons. This constraint will restrict the irradiation precision of tumor situated deep inner the organ. Since the depth dose profile is almost flat except the entrance, the healthy issues after the tumor might be irradiated. Besides, for some radioresistant tumors carbon might have better biological efficiency. Hadron therapy can overcome the shortage of classical radiotherapy by an improved ballistics through the specific shape of the distribution of the deposited dose. At the end of the beam range, a maximum of energy is delivered to the object. The region of energy loss peak during the travel of ionizing radiation is called Bragg peak. Fig. 5.1 shows the relative depth dose distribution of photons, protons and carbon ions with different initial energies in water. This figure is obtained from Grün [2014]. The Bragg peak position can be shifted in depth by varying the initial energy of the ions. Depending on speed and energy, charged ions or protons can reach up to 30 cm deep into the tissue. Usually a gantry is used for allowing direct rays at the patient from any direction. The system for quality assurance is usually composed of: an intensity-modulated raster scan procedure, assures the high-precision dose distribution; on-line therapy control that check up the rays. All those equipments and techniques assure the protons and carbon ions being directed with the highest precision. Figure 5.2 is a schematic demonstration of Heidelberg Ion Beam Therapy Center, source obtained from the site:1 . Accurate detection of Bragg peak is essential to assure the quality of treatment in hadron therapy. Most of the range verification techniques are based on the detection of secondary radiation generated by the nuclear reaction during the ions travel. Since the nuclear reactions may occur all along the ions travel path until the Bragg peak, secondary radiation emission is correlated to the primary ion range. It is proved that two kinds of gamma photons can be used for range monitoring system in clinical practice: the coincident gamma from positron annihilation, where PET is applied [START_REF] Enghardt | Charged hadron tumour therapy monitoring by means of PET[END_REF]) for the detection; and the so-called prompt gamma ray corresponding to a prompt emission of high-energy photons, where the γ camera can be used. The detection of prompt gamma for monitoring in hadron therapy is first proposed by [START_REF] Stichelbaut | Verification of the proton beam position in the patient by the detection of prompt gamma-rays emission[END_REF] and later be proved in many studies [START_REF] Min | Prompt gamma measurements for locating the dose falloff region in the proton therapy[END_REF], [START_REF] Testa | Monitoring the Bragg peak location of 73 MeV/ u carbon ions by means of prompt γ-ray measurements[END_REF], Krimmer et al. [2018]). Figure 5.3 illustrates the distribution of prompt secondary radiation emitting from a homogeneous water cylinder (15 cm diameter, 40 cm length) irradiated by a 160 MeV proton beam. This figure is obtained from the GEANT4 simulation in Krimmer et al. [2018], for practical reasons a threshold of 1 MeV for energy detection was set. One can notice the correlation between the prompt gamma peak and the relative dose peak.

Apart from the collimated camera, Compton camera is another possible prompt gamma imaging device for the dose monitoring in hadron therapy. By using the electronic collimation, Compton camera can increase the detection efficiency. The simulation realised by Krimmer et al. [2015] showed that the detection efficiency can rise from 10 -5 (collimated cameras) to 10 -4 (Compton cameras) for pencil beam scanning systems. Compton camera imaging requires specific algorithms for reconstructing the image of the source. The low number of counts and the acquisition uncertainties faced in prompt-gamma imaging imposes the use of a priori information. In this chapter we will present the reconstruction result for a proton therapy experiments simulated at IPNL during the thesis of [START_REF] Ley | Mise en oeuvre d'un démonstrateur de caméra Compton pour l'imagerie en médecine nucléaire et pour le contrôle en temps réel de l'hadronthérapie à l'aide des rayonnements gamma prompts[END_REF]. This simulation is accomplished in a study of monitoring ion beam therapy with a Compton Camera in Fontana et al. [2019]. After illustration of the simulation setup, we show the result obtained from the algorithm introduced in the former chapter.

Methods

The simulation was performed with the GEANT4 toolkit, version 9.6.02. The simulated camera is the prototype under development within the French collaboration CLaRyS (Krimmer et al. [2015]). The Compton camera was composed of a stack of 7 double-sided silicon strip detectors (scatterer) and a plane of 100 single BGO blocks (absorber). The spatial resolution at 1 MeV was 0.9 mm for the scatterer and 5 mm for the absorber. The energy resolution was 11 keV at 1 MeV for the scatterer. For the absorber, the resolution was set at 20% FWHM at the reference energy of 662 keV. A cylindrical PMMA phantom (15 cm diameter and 20 cm length) was placed 20 cm in front of the camera. The 160 MeV proton beam range of interest was 15.2 cm in the phantom. The beam time structure was 1 proton per bunch, 1 bunch every 10 ns. The considered time structure is related to IBA C230 cyclotron 9.4 Primaries/bunch 217 Figure 5.4 illustrates the simulation geometry. The center of the camera is set to where the prompt γ is expected to stop, in other words where the Bragg peak is supposed to be. Only the events with two interactions are selected for reconstruction. The initial energy E 0 of detected event is unknown, and we assume that the relation E 0 = E 1 + E 2 holds, with E 1 and E 2 the energies deposited in the first and second interactions. 50 keV and 100 keV were set as lower thresholds for the energy deposited in a single scatterer layer and BGO block. A total absorbed energy lower limit is set to 1 MeV. Three techniques for reconstruction were tested:

1. MLEM reconstruction with n iterations 2. previous result with TV denoising added after the n th iteration 3. TV regularized EM reconstruction (TV-MAP-EM)

Results and discussions

Images in figure 5.5, 5.6 and 5.7 were obtained from 1 × 10 3 detected events corresponding to the expected number of counts for the acquisition of a single spot in proton therapy ( 10 Comparing figure 5.6 to figure 5.5, too much high frequency is introduced after 10 iterations of MLEM, which makes it difficult to distinguish the dose fall-off and might mislead the evaluation of dose profile. Comparing the result of TV-MAP-EM to the result of MLEM, the dose profile is more homogeneous, and the Bragg peak is more evident. Post TV denoising is less effective than TV-MAP-EM, but can visually ameliorate the reconstructed image, and might be a solution for time-saving. From these results, TV-MAP-EM strongly reduces the noise, largely helps the reconstruction converge and facilitates the detection of Bragg peak. These results were presented at PTCOG58 conference.
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Conclusion et perspectives

Tout d'abord, nous avons étudié les différents modèles mathématiques pour le calcul de la matrice de sensibilité et de le matrice de système. Les résultats obtenus sur des données sans erreur de mesure supplémentaire ont prouvé qu'avec un modèle plus adapté et un calcul de matrice de sensibilité plus précis, nous pouvons s'attendre à une haute résolution dans la reconstruction LM-MLEM. Les artefacts courants tels que le flou et l'allongement à la verticale vers la caméra ont été largement diminués. La conclusion que l'on peut tirer de cette partie est qu'une modélisation inadéquate des processus physiques pendant la reconstruction pourrait contribuer à l'amélioration de la qualité de la reconstruction. Deuxièmement, nous avons mis en oeuvre une méthode de débruitage par la technique de variation totale que nous avons introduite dans le MLEM, ce qui permet d'améliorer la qualité de l'image dans les expériences de faible comptage. Nous avons montré qu'avec la régularisation de TV, l'imagerie par caméra Compton peut produire des images à haute résolution avec des détecteurs idéaux. Pour des données plus réalistes en tenant compte des erreurs de mesure, nous avons proposé d'appliquer la déconvolution de la PSF. Enfin, le résultat sur la source simulée en protonthérapie, obtenu par le MLEM régularisé par TV a prouvé qu'avec certaines améliorations, l'imagerie par caméra Compton peut fournir des images plus précises. Cela nous ramène à un des premiers essais sur l'application de la caméra Compton en hadronthérapie.

Dans cette étude, plusieurs méthodes d'amélioration de la reconstruction par l'algorithme MLEM ont été étudiées. Les méthodes mises en oeuvre pour l'estimation de la matrice de système et de la matrice de sensibilité ne sont pas exactement adaptés à la simulation Monte Carlo. La méthode de déconvolution est dépendante de l'environnement donc demande une estimation de la PSF chaque fois que le géomètre est changé. De plus, le MLEM avec la régularisation de TV ne peut conduire à un résultat stable que si le poids de régularisation est bien choisi. Les approches basées sur l'apprentissage machine pourraient être l'une des options pour résoudre la difficulté de l'ensemble des paramètres et même pour réaliser l'estimation de la matrice système et de la matrice de sensibilité. D'ailleurs, le code de reconstruction a été parallélisé par nos collègues. Cependant, le temps de calcul reste un problème à résoudre. Pour en savoir plus sur la capacité de l'imagerie par caméra Compton, d'autres techniques de reconstruction comme le OSEM devraient également être explorées car elles sont plus rapides. Par rapport à la déconvolution de la PSF comprise dans chaque itération de LM-MLEM, la post-déconvolution est moins performante mais conduit à un résultat acceptable, ce qui peut être une solution pour diminuer le temps de calcul. L'implémentation sur GPU contribuant largement à réduire le temps de calcul peut être aussi une option. En dehors des perspectives mentionnées, des nouvelles configurations de l'acquisition pour améliorer les statistiques devraient aussi être développées dans la prochaine étape.

Chapter 6

Conclusion and perspectives

This thesis aims to investigate the capability of Compton camera imaging by improving the reconstruction algorithm LM-MLEM. We investigated several mathematical models used in the MLEM algorithm and proposed a TV regularized PSF deconvolution for improving the image quality. The investigations of this study were validated by Monte Carlo simulation. This chapter summarizes our contributions and proposes some of the perspectives of Compton camera imaging in nuclear medicine.

Conclusion

Firstly, we investigated the different mathematical models for sensitivity matrix calculation and system matrix estimation. The sensitivity matrix calculation is well adapted against the Monte Carlo simulation. Results on data simulated with ideal detector without added measurement errors proved that with a more adapted model and a more accurate sensitivity matrix calculation, high resolution of reconstruction can be expected. Common artifacts often observed in Compton camera imaging such as blurring and elongation in the vertical direction to the camera were largely decreased with a more adapted model validated on ideal detector. The conclusion we might draw from this part of work is that improper modeling of the physical processes during the reconstruction will contribute to the elongation artifacts. These artifacts can be reduced by more accurate modeling.

Secondly, we implemented a total variation denoising method that we introduced in the MLEM algorithm as a regularization step for reconstruction of Poisson distributed data, which allows to improve the image quality in low-counts experiments, and can be easily extended to other imaging modalities and adapted to other reconstruction algorithms (e.g. OSEM). We showed that with this regularization the Compton camera imaging can provide high resolution images with ideal detectors. For more realistic data with measurement errors considered, we proposed to apply PSF deconvolution for resolution recovery in the image space that ameliorates the conditioning of the inverse problem. The proposed TV regularized MLEM with PSF deconvolution method improves the quality of reconstruction compared to LM-MLEM without regularization.

Finally, results on the clinically relevant simulated prompt gamma ray source obtained by GEANT4 proved that with some improvements Compton camera imaging can provide acceptable images for monitoring in hadron therapy. The capability of Compton camera to reproduce images for clinical uses needs more experiments, these results are one of the first attempts to explore the Compton camera imaging in hadron therapy.

Perspectives

In this study several methods for ameliorating the reconstruction by algorithm MLEM were realized. All the data used in this thesis were simulated at energy 511 keV, other energies should also be tested on the proposed TV regularized PSF deconvolution method. The validated calculation of system matrix is only for 511 keV, a more general model should be developed for multi-energies sources and energy selection methods should also be considered. The implemented methods for the estimation of system matrix and sensitivity matrix are still not exactly adapted to Monte Carlo simulation. The PSF deconvolution method is environment dependent and should be further studied to provide clinically relevant images. Besides, the implemented TV regularized MLEM can lead to a smoothing and stable result only if the regularization weight is well chosen. Machine learning based approaches might be one of the options to solve the difficulty of parameter set and even, to achieve the system matrix and sensitivity matrix estimation.

The computation time is still an problem to be solved. To accelerate the reconstruction the code has been parallelized by our colleagues, a GPU implementation will further largely help to reduce the time consumption. Apart from accelerating the code of reconstruction, acceleration from the algorithms might also be considered. Compared to PSF deconvolution involved in each iteration of MLEM, a post PSF deconvolution can reduce the computation time and provide an acceptable result. To investigate the capability of Compton camera imaging, other reconstruction algorithms such as OSEM should also be implemented.

Our study was based on Monte Carlo simulation. Although clinically relevant simulated data was used at the end of this thesis, whether the Compton camera devices can be used in hadron therapy still needs more experiments. GATE can serve as a proper toolkit to compare the capability of imaging by Compton camera and collimated camera in patient dose monitoring. Investigations on simulated data against realistic data are required for further evaluation. Apart from the above perspectives, in aspects of new configurations of geometry, multiple cameras covering a larger solid angle should also be considered for improving the statistics and better recovering the isotropic 3D PSF. The use of Compton cameras in tomographic mode can be an option for saving the commercial cost. Abstract-Compton cameras and collimated gamma cameras are competing devices suitable for prompt gamma detection in range verification of particle therapy. In this study, we evaluate the first approach from the point of view of the tomographic reconstruction step by comparing it to the second. We clear any technological constraints by considering a simple geometry, ideal detecting stages, a mono-energetic synthetic phantom. To this end, both analytic (filtered back-projection) and iterative (listmode maximum likelihood expectation maximization) algorithms are applied in conjunction with total variation denoising. It was shown in previous studies that compared to the mechanically collimated camera, the Compton camera has a higher efficiency. Factors between ten and one hundred were reported. Meanwhile, for each detected event the emission position of the original photon lies on a conical surface for Compton cameras, instead of a line for collimated cameras. This leads to a supplementary degree of freedom that logically calls during image reconstruction for a larger data set and may cancel out the benefits of the superior efficiency. We consider here a static Compton camera and a rotating collimated camera with similar angular coverage. We show empirically that reconstruction from conical projections requires ten times more detected events to obtain at least the same image quality. In some experiments, the Compton camera allows to avoid severe artefacts produced by the limited-angle geometry of the collimated camera. In addition, the Compton camera should be better suited for imaging high-energy and polyenergetic sources.

Index Terms-Compton camera imaging, SPECT, gamma ray, maximum likelihood, maximum a posteriori, total variation

I. INTRODUCTION

The Compton camera was proposed during 70's simultaneously for astronomical ( [1]) and nuclear medicine ( [2]) imaging applications. Several prototypes ( [3], [4], [START_REF] Zoglauer | First results of the high efficiency multi-mode imager (HEMI)[END_REF], [START_REF] Bandstra | Detection and imaging of the Crab Nebula with the nuclear Compton telescope[END_REF], [START_REF] Tatischeff | The e-ASTROGAM gamma-ray space mission[END_REF]) have been built and exploited for the observation of cosmic γ sources, or for monitoring nuclear plants and waste with the development of hand-held γ-detectors boosted by the recent accident in Fukushima, Japan ([8], [START_REF] Sullivan | Extended radiation source imaging with a prototype Compton imager[END_REF], [START_REF] Takeda | A portable Si/CdTe Compton camera and its applications to the visualization of radioactive substances[END_REF], [START_REF] Wahl | The Polaris-H imaging spectrometer[END_REF], [START_REF] Iltis | Temporal imaging CeBr 3 Compton camera: A new concept for nuclear decommissioning and nuclear waste management[END_REF]). Although Compton cameras should have superior efficiency ( [START_REF] Singh | An electronically collimated gamma camera for single photon emission computed tomography. Part II: Image reconstruction and preliminary experimental measurements[END_REF], [START_REF] Takeda | Demonstration of invivo multi-probe tracker based on a Si/CdTe semiconductor Compton camera[END_REF], [START_REF] Motomura | Improved imaging performance of a semiconductor Compton camera GREI makes for a new methodology to integrate bio-metal analysis and molecular imaging technology in living organisms[END_REF], [START_REF] Krimmer | Development of a Compton camera for medical applications based on silicon strip and scintillation detectors[END_REF], [START_REF] Pausch | A novel scheme of Compton imaging for nuclear medicine[END_REF], [START_REF] Kishimoto | First demonstration of multi-color 3-D in vivo imaging using ultra-compact Compton camera[END_REF], [START_REF] Fontana | Compton camera study for high efficiency SPECT and benchmark with Anger system[END_REF]), imaging of γ sources in nuclear medicine is still carried out with collimator-based gamma cameras. Compton cameras have recently regained interest as they may allow ion-range monitoring in proton and hadron-therapy using prompt-γ emission generated by nuclear interactions of the ions with tissue ( [START_REF] Frandes | A tracking Comptonscattering imaging system for hadron therapy monitoring[END_REF], [START_REF] Richard | Design study of the absorber detector of a Compton camera for on-line control in ion beam therapy[END_REF], [START_REF] Ortega | Noise evaluation of Compton camera imaging for proton therapy[END_REF], [START_REF] Taya | First demonstration of real-time gamma imaging by using a handheld Compton camera for particle therapy[END_REF], [START_REF] Schoene | An image reconstruction framework and camera prototype aimed for compton imaging for in-vivo dosimetry of therapeutic ion beams[END_REF], [START_REF] Aldawood | Development of a Compton camera for prompt-gamma medical imaging[END_REF], [START_REF] Rohling | Requirements for a Compton camera for in vivo range verification of proton therapy[END_REF], [START_REF] Hueso-González | Prompt gamma rays detected with a BGO block Compton camera reveal range deviations of therapeutic proton beams[END_REF], [START_REF] Krimmer | Prompt-gamma monitoring in hadrontherapy: A review[END_REF], [START_REF] Fontana | Monitoring ion beam therapy with a Compton camera: simulation studies of the clinical feasibility[END_REF]). The energies of the promptγ rays are too large to cope with parallel hole acquisition and require hard collimation ( [START_REF] Priegnitz | Towards clinical application: prompt gamma imaging of passively scattered proton fields with a knife-edge slit camera[END_REF], [START_REF] Krimmer | Collimated prompt gamma TOF measurements with multi-slit multidetector configurations[END_REF]). Three-dimensional imaging is then challenging, taking into account the low emission rates. To completely sample the projection space, multi-slit collimators combined with detectors rotating around the patient might be designed but they would trigger significant burden. Compact detectors for range verification are also under study ( [START_REF] Verburg | Energy-and timeresolved detection of prompt gamma-rays for proton range verification[END_REF], [START_REF] Lopes | Optimization of the signal-to-background ratio in prompt gamma imaging using energy and shifting time-of-flight discrimination: Experiments with a scanning parallel-slit collimator[END_REF], [START_REF] Hueso-González | Compact method for proton range verification based on coaxial prompt gamma-ray monitoring: a theoretical study[END_REF]).

The specificity of the Compton camera is to have a large acceptance angle and to identify the direction of an incoming ray without mechanical collimation, with a coincidence strategy based on Compton scattering followed by photoelectric absorption. However, the set of possible emission points can only be restricted to a conical surface unless the direction of the Compton electron is known, by contrast with the parallel hole geometry where the restriction to a line is possible. The analytic image reconstruction process is therefore relatively complex. As a consequence, analytic methods were initially available for subsets of data only: cone axis perpendicular to the detector in [START_REF] Cree | Towards direct reconstruction from a gamma camera based on compton scattering[END_REF], point-like scatterer in [START_REF] Parra | Reconstruction of cone-beam projections from compton scattered data[END_REF], [START_REF] Tomitani | Image reconstruction from limited angle Compton camera data[END_REF], two dimensions in [START_REF] Basko | Analytical reconstruction formula for one-dimensional Compton camera[END_REF]. Lately, methods accepting a much larger part of the data were developed ( [START_REF] Smith | Reconstruction methods and completeness conditions for two Compton data models[END_REF], [START_REF] Maxim | Analytical inversion of the Compton transform using the full set of available projections[END_REF], [START_REF] Maxim | Filtered backprojection reconstruction and redundancy in Compton camera imaging[END_REF], [START_REF] Kuchment | Inversion of weighted divergent beam and cone transforms[END_REF]). The conical Radon transform is born and is receiving much interest ( [START_REF] Gouia-Zarrad | Exact inversion of the conical Radon transform with a fixed opening angle[END_REF], [START_REF] Haltmeier | Exact reconstruction formulas for a Radon transform over cones[END_REF], [START_REF] Jung | Exact inversion of the cone transform arising in an application of a Compton camera consisting of line detectors[END_REF], [START_REF] Moon | Inversion of the conical Radon transform with vertices on a surface of revolution arising in an application of a Compton camera[END_REF], [START_REF] Palamodov | Reconstruction from cone integral transforms[END_REF], [START_REF] Schiefeneder | The Radon transform over cones with vertices on the sphere and orthogonal axes[END_REF], [START_REF] Maxim | Enhancement of Compton camera images reconstructed by inversion of a conical Radon transform[END_REF], [START_REF] Terzioglu | Some analytic properties of the cone transform[END_REF]).

This conical projection pattern raises concerns about the quality that the reconstructed images can ever reach. Will it be possible, with both competitive detectors and reconstruction algorithms to obtain one day clinically acceptable images? Previous works attempted to benchmark the Compton camera with respect to the Anger camera from the point of view of detection efficiency and imaging capabilities. It is widely acknowledged that at energies superior to three or four hundreds of keV, Compton camera devices allow an increase in efficiency of one or two orders of magnitude ([51], [START_REF] Han | Statistical performance evaluation and comparison of a Compton medical imaging system and a collimated Anger camera for higher energy photon imaging[END_REF]). Recently, a factor of 20 was found in simulations when compared the single particle emission computed tomography (SPECT) General Electric HealthCare Infinia system with a Compton camera prototype currently under development ( [START_REF] Fontana | Compton camera study for high efficiency SPECT and benchmark with Anger system[END_REF]). These studies concentrate on the physical aspects and get rid as much as possible of the influence of one particular reconstruction algorithm. Our purpose is on the contrary to avoid as much as possible the influence of a particular geometry or physical effects and to concentrate on the image reconstruction capabilities, as function of the number of events. It is widely recognized that the Compton camera allows to significantly increase the detection efficiency. However, one might wonder if the more complex projection geometry and the supplementary degree of freedom due to conical surfaces is compatible with high quality images. In the final result, this supplementary degree of freedom could eventually completely cancel out the benefit of the superior efficiency. On the other side, Compton camera imaging can be done with a single stationary planar detector. This can be an advantage when the motion of the collimated camera is restricted by physical obstacles.

The purpose of this work was to investigate the limits of the "ideal" Compton camera imaging capabilities, with the best reconstruction algorithms available in our team. As reference for the 3D reconstruction benchmark we took the "ideal" Anger camera with parallel holes in a missing angle configuration. We put aside the efficiency of the cameras to focus on reconstruction issues: virtual experiments where a relatively low number of counts were considered, with the lower bound set to 2 × 10 4 measured events for the Compton camera and 2 × 10 3 measured events for the missing angle Anger camera.

The geometry of acquisition as well as data selection and pre-processing strategies have a major impact on the resulting Compton camera images (see e.g., [START_REF] Richard | Design guidelines for a double scattering compton camera for promptγ imaging during ion beam therapy: A monte carlo simulation study[END_REF], [START_REF] Takeda | Demonstration of invivo multi-probe tracker based on a Si/CdTe semiconductor Compton camera[END_REF], [START_REF] Ortega | Noise evaluation of Compton camera imaging for proton therapy[END_REF], [START_REF] Hilaire | Proton therapy monitoring by Compton imaging: influence of the large energy spectrum of the prompt-γ radiation[END_REF], [START_REF] Draeger | Feasibility studies of a new event selection method to improve spatial resolution of compton imaging for medical applications[END_REF], [START_REF] Rohling | Requirements for a Compton camera for in vivo range verification of proton therapy[END_REF]). The spatial resolution of reconstruction can be improved by more accurate modeling of the physical effects ( [START_REF] Maxim | Probabilistic models and numerical calculation of system matrix and sensitivity in list-mode MLEM 3D reconstruction of Compton camera images[END_REF], [START_REF] Schoene | An image reconstruction framework and camera prototype aimed for compton imaging for in-vivo dosimetry of therapeutic ion beams[END_REF] [57], [START_REF] Ida | Accurate modeling of event-by-event backprojection for a germanium semiconductor Compton camera for system response evaluation in the LM-ML-EM image reconstruction method[END_REF]) and by deconvolution methods in data space for energy spectrum ( [START_REF] Xu | Gamma-ray energy-imaging integrated deconvolution[END_REF]) or in spatial domain ( [START_REF] Kim | Resolution recovery reconstruction for a compton camera[END_REF], [START_REF] Jan | PSF reconstruction for Compton-based prompt gamma imaging[END_REF]). Imaging performance of conventional collimated Anger camera systems is primarily determined by properties of the collimator. At energies above 300 keV, the collimator septal thickness must be increased to reduce penetration and scattering at the price of a reduced sensitivity. The choice of the hole diameter is thus a trade-off between sensitivity and resolution. On the opposite side, the Compton camera resolution increases with the energy as the Doppler broadening and detector noise decrease. However, as the energy increases above 1 MeV, the probabilities for multiple interactions, pair productions and electron escape increase, too. This may lead to false coincidences and requires specific algorithms for the identification of the interaction sequence [START_REF] Zoglauer | Data analysis for the MEGA prototype[END_REF]. In this work, the energy of the γ-rays has no influence on the Anger camera data and images as the data are Poisson-realisations from ideal parallel-line projections. For the Compton camera, three energies were considered: 511 keV, 2 MeV and 4 MeV. This choice influences the result through the Klein-Nishina differential cross-section which gives the probability for the scattering angle value. At low energies as the ones currently used in SPECT, high scattering angles are dominant. As the energy increases, forward scattering prevails. In theory, this might have an influence on the missing-data artefacts. However, we deliberately chose here a large camera that limit as much as possible data truncation. Note that outof-field activity could also be a source of noise in Compton camera imaging, where it has no influence on Anger camera acquisitions.

II. THE TWO SIMULATED SETUPS

A. Compton camera (CC) 1) Device description: CCs detect the γ photons on the basis of a coincidence process. The photon needs to hit the camera twice: once in the scatterer stage, once in the absorber stage. The first interaction has to be a Compton scattering. During this inelastic interaction the photon transfers part of its incident energy to an electron as kinetic energy E 1 , which is ideally totally released in the detector at V 1 (see figure 1). The scattered photon, deviated by scattering angle β, has to interact with the camera at least once again at some position V 2 . The quantities of interest are the positions of the two first hits, the energy E 1 and the total energy of the photon, E 0 , that can be estimated by summing up the energies deposited in sensitive material. The scattering angle β may be deduced through the Compton kinematics.

To achieve both high Compton-to-photoelectric interaction ratio and low Doppler broadening, materials with low-Z elements as Silicon are often chosen for the scatterer. At high energies, scattering detectors made of Ge ( [START_REF] Yang | A compton camera for multitracer imaging[END_REF]), CZT ( [START_REF] Kormoll | A prototype compton camera for in-vivo dosimetry of ion beam cancer irradiation[END_REF]), LaBr 3 ([65]) might be preferred to reach a high efficiency of detection. Meanwhile the Doppler broadening will be increased and the Compton-to-photoelectric ratio will be reduced ( [START_REF] Robertson | Material efficiency studies for a compton camera designed to measure characteristic prompt gamma rays emitted during proton beam radiotherapy[END_REF]), which leads to a more noisy dataset for imaging. Several layers of scatterer can be ranged in a stack and the furthest detector is usually made of scintillating crystals, similar to the detector of the Anger camera. Its role is to completely stop the photon by photoelectric absorption, hence the term absorber (see figure 1).

In the absence of noise, the point where the gamma ray was emitted lies on the surface of the cone having its apex at the first interaction, its axis directed by the line defined by the first two interactions and its half-opening angle β. As a consequence, data acquired with a CC having ideal position and energy resolutions are usually modelled as integrals of the weighted activity of the source on conical surfaces. These models are gathered under the name of weighted conical Radon transforms, cone transforms or Compton transforms. 2) Monte Carlo simulated data: Each Compton cone is characterised by the coordinates of the apex, the two angular coordinates of the axis and the half-opening angle. The dimension of the data space is thus 5 or 6, and simulation of deterministic conical projections on a sufficiently fine grid is prohibitive. Moreover, for e.g. 10 5 counts, most of the projections would be empty. Thus, Monte Carlo data have to be produced event by event.

Simulations were performed with a new CC module ( [START_REF] Etxebeste | An extension of the GATE Monte Carlo simulation toolkit to model Compton camera systems[END_REF]) developed within GATE/Geant4 ( [START_REF] Sarrut | A review of the use and potential of the gate monte carlo simulation code for radiation therapy and dosimetry applications[END_REF]) simulation platform. The simulated Compton camera is shown in figure 1. The scatterer detector was composed of three parallel silicon layers with 48×48×0.2 cm 3 in size separated by 1 cm distance from each other. The absorber was made of a 72.96×72.96×4 cm 3 LaBr 3 pixelated scintillator matrix composed of 128 × 128 pixels with 0.5 × 0.5 × 4 cm 3 in size. The distance between the last silicon layer (center) and the center of the absorber was 10 cm. The source was placed parallel to the camera at a distance of 15 cm from the first scatterer layer. All the coincidences with at least one interaction in each detector type (scatterer and absorber) were accepted. In order to recover the ideal Compton kinematics, the positions of the first two primary interactions were stored together with the initial energy and the energy of the first Compton scattered photon. In addition, the option 1 of the standard electromagnetic physics list, which does not include Doppler broadening, was activated.

B. Anger camera (AC)

1) Device description: To be detected by the AC, a γ photon emitted by the source must pass through a hole of the collimator then interact with the sensitive material. Usually, the detection is based on photoelectric absorption of the photon in a scintillating crystal, followed by measurement of visible light. The efficiency of the system is relatively low, as a considerable fraction of photons hits the collimators and are either absorbed or scattered. The scattered photons, whose incoming direction is uncertain, are discarded on the basis of their lower energy. ACs are usually designed for relatively low energies, in the order of tens until few hundreds of keV. For higher energies, collimators need to be thicker reducing significantly the efficiency. For instance, knife-edge ( [START_REF] Priegnitz | Towards clinical application: prompt gamma imaging of passively scattered proton fields with a knife-edge slit camera[END_REF]) and slit ( [START_REF] Krimmer | Collimated prompt gamma TOF measurements with multi-slit multidetector configurations[END_REF]) cameras were proposed for the detection of the prompt-γ emission that has an energy spectrum going up to a few MeVs. This type of detector provides a 1D signal that might be sufficient for on-line range monitoring purposes. However, 3D images would provide more extensive information on the irradiated area and even on the tissue composition.

2) Simulated data: In this work we do not deal with issues related to collimators. Parallel line projections were taken for each YZ slice from the source with the radon function from Matlab. The spacing between the centres of two adjacent holes was 0.25 cm, the same as the thickness of a slice, and the angular step was 6°. The energy of the source was not taken into account. From these deterministic exact projections, Poisson measures were then simulated. The total number of counts was a random number with given mean. This mean will be loosely referred in the text as the number of counts, as the small variation of its value do not significantly affect the results. The AC turns around the x axis as indicated in figure 3 with the green arrow. At 90°the camera is perpendicular to the z axis. We considered a limited angle configuration [START_REF] Priegnitz | Towards clinical application: prompt gamma imaging of passively scattered proton fields with a knife-edge slit camera[END_REF]150] degrees, for a total angle of 120°and a missing angle of 60°. The choice of the missing angle value was motivated by the similar missing angle in the Compton camera configuration, where the solid angle covered by the first scatterer layer at the center of the source, in the plane yOz, was slightly less than 120°. We neglect the loss of data in the plane xOz, despite the fact that this loss will have the most severe consequences, especially at the extremities of the source.

C. The source

We simulated a mono-energetic source consisting of five letters with the coronal plane identical to the one shown in figure 2, the coordinates represent centimeters. The source is 1 cm thick, 20 cm long and 4 cm high. The activity is piecewise constant in all letters which are composed of boxes and parts of hollow cylinders. For instance, the letter "O" can be seen as a source containing two hot inserts (activity ratio ∼1.6) and one cold insert. The ratio between the the maximum activity in letter "O" and the rounded component of the letter "D" is ∼2.7. The maximum activity is normalized. For the Compton camera simulations, the isotropic source was let to emit photons at three energies, 511 keV, 2 MeV and 4 MeV respectively. For the AC, the energy was not modelled in the simulation. Three placements of the source were considered allowing to evaluate the quality of the reconstruction in the direction orthogonal to the camera for thin (C1), intermediate (C2) and thick sources (C3) as shown in figure 3. The center of the volume is at the center of the coordinate system and thus at 15 cm from the Compton camera. The distance to the AC is not modeled.

With the TV-MAP-EM algorithm described hereafter, we reconstructed images from 2×10 4 , 2×10 5 and 2×10 6 counts. For the CC analytic algorithm more events were necessary. From 25 × 10 6 simulated events, only one half were usable as a valid Compton cone should not intersect the detector in more than one point, the apex (for details, see reference [START_REF] Maxim | Enhancement of Compton camera images reconstructed by inversion of a conical Radon transform[END_REF]).

A number of 12.5 × 10 6 counts were then simulated for the Anger camera with limited angular coverage.

III. IMAGE RECONSTRUCTION METHODS

The image of the source can be reconstructed from the measured data either analytically, with a filtered back-projection algorithm, or by iterative algorithms. Among iterative algorithms, the most widely employed is the maximum likelihood expectation maximization algorithm (MLEM), common to all emission tomography modalities ( [START_REF] Shepp | Maximum likelihood reconstruction for emission tomography[END_REF], [START_REF] Lange | EM reconstruction algorithms for emission and transmission tomography[END_REF]) and formally described for general distributions in the seminal paper [START_REF] Dempster | Maximum likelihood from incomplete data via the EM algorithm[END_REF]. Its specificity lies in the proper modelling of the Poisson nature of the data and in providing positive solutions without the need of additional projection steps. MLEM has several variants, among which OSEM ( [START_REF] Hudson | Accelerated image reconstruction using ordered subsets of projection data[END_REF]) and list-mode MLEM ( [START_REF] Barrett | List-mode likelihood[END_REF], [START_REF] Wilderman | List-mode maximum likelihood reconstruction of Compton scatter camera images in nuclear medicine[END_REF]). When prior information on the solution is necessary to compensate for the low number of counts and to reduce the noise, maximum a posteriori (MAP) EM algorithms can be used.

A. Filtered back-projection

In this work, we applied the filtered back-projection algorithm developed for CC image reconstruction in [START_REF] Maxim | Enhancement of Compton camera images reconstructed by inversion of a conical Radon transform[END_REF]. It was shown in [START_REF] Cree | Towards direct reconstruction from a gamma camera based on compton scattering[END_REF] that an infinitely large planar detector offers a complete geometry, and the source can be perfectly reconstructed even from only events corresponding to cones with axes perpendicular to that plane. A method allowing to consider arbitrary axis directions was proposed in [START_REF] Maxim | Filtered backprojection reconstruction and redundancy in Compton camera imaging[END_REF], and the supplementary data is used for noise reduction. For each element of scatterer, the integrals of the source activity on half-lines can be obtained from the set of conical projections composed of all possible axis directions and scattering angle in some interval [β 1 , β 2 ]. At sufficiently high energy and thus for low scattering angles, most of these cones can be measured with a camera with scatterer as large as the source and a sufficiently large absorber. By letting the camera turn around the source, a complete set of cone-beam projections can thus be obtained. We do not chose this solution for several reasons. First, at low emission rates, very few events that scatter for the first time in a particular detector element will be measured. The computation of the cone-beam projections will be then compromised. Second, the cost of such a device would be high. Finally, our aim is to test a limited-scan geometry, where an AC could not complete a 180°-trip around the source, and thus 3D imaging with a CC covering a limited angle would be of interest. Some attempts to find a complete acquisition geometry and associated analytic reconstruction algorithms can be found in [START_REF] Smith | Reconstruction methods and completeness conditions for two Compton data models[END_REF], [START_REF] Kuchment | Inversion of weighted divergent beam and cone transforms[END_REF], [START_REF] Palamodov | Reconstruction from cone integral transforms[END_REF]. Similar to the missing angle parallel-ray acquisitions, any planar finite CC will lead to artefacts in the reconstructed images. These artefacts increase as the solid angle covered by the detector at the source position decreases. Prior to reconstruction, a sort of sinogram has to be completed by binning the data with respect to the coordinates of the cone apex, the axis angular parameters in spherical coordinates and the scattering angle β. The resulting array has five or six dimensions, depending on the number of scatterers of the camera. This binning reduces the precision on the data and the effect on the image can be remarkable. For instance, a systematic error of 2.5°on the axis inclination will alter the point spread function (PSF) as one moves far from the detector ( [START_REF] Maxim | Enhancement of Compton camera images reconstructed by inversion of a conical Radon transform[END_REF], figure 7). The same error on the scattering angle will additionally cause displacement of the source and even prevent reconstruction. These results were obtained with the MLEM algorithm (in its classical variant, not in list-mode), from deterministic projections and perfect knowledge of the system matrix.

For the collimated camera, filtered back-projection implemented in Matlab as the iradon function was applied to each slice of the volume.

When the images were reconstructed by filtered backprojection, a smoothing filter was always applied in order to counterbalance the ramp filter at the higher frequencies and thus reduce the noise. These filters smooth the image and blur the edges. Total variation denoising ( [START_REF] Rudin | Nonlinear total variation based noise removal algorithms[END_REF]) might be better suited at least for piecewise constant images. We therefore applied the total variation denoising method from [START_REF] Rudin | Nonlinear total variation based noise removal algorithms[END_REF], implemented following [START_REF] Chambolle | An algorithm for total variation minimization and applications[END_REF]. The analytic methods are fast, but work properly only for high number of counts where, in addition, list-mode MLEM algorithms exhibit prohibitive computing times. For this reason, we have only shown the analytic reconstruction results in the experiment of high number of counts.

B. Maximum likelihood expectation maximization algorithm

Let t ij denote the probability for a photon emitted in voxel j to be detected as event i and let λ j be the mean number of photons emitted in voxel j. The number of photons detected by the i th element of detector also follows a Poisson law, with mean µ i = j t ij λ j . Note that for the CC, the index j has to account not only for positions, as it is the case for the Anger camera, but also for the polar and azimuthal angles of the axis of the cone and for the Compton scattering angle. The reconstruction problem might be seen as a linear inverse problem, µ = T λ,

where λ has positive values and the measured vector y follows a Poisson distribution with mean µ. The matrix T = (t ij ) is often called system matrix. The logarithm of the likelihood of a measurement y generated from the emission λ can be formulated as:

L(λ|y) = i (- j t ij λ j + y i ln( j t ij λ j ) -ln(y i !)) (2) 
Let s = (s j ) be the sensitivity vector, containing the detection probabilities for photons emitted from voxels j. The MLEM algorithm consists in calculating, starting from some initial value λ 0 ∈ (R * + ) J , the sequence

λ l+1 j = λ l j s j i t ij y i k t ik λ l k , (3) 
solves the minimization problem: min{-L(λ|y) : λ ∈ (R + ) J }.

In the list-mode version, the data space is highly sampled in order to have y i ∈ {0, 1}. The main differences are that each measured event becomes a "bin", only non-empty bins are used in the reconstruction, and the sensitivity calculation changes. The sensitivity is related to the system matrix through the relation s j = i t ij . In list-mode, the sampling of the data space is huge, therefore only the elements corresponding to measured events are calculated for the system matrix. Consequently a different strategy has to be employed for the calculation of the sensitivity. List-mode is indispensable for CC imaging for at least three reasons. First, the huge dimension of the data space (indexed on five or six parameters) that would require huge storage capacities or coarse sampling in each direction. Second, the CC is expected to make the difference in conditions where the number of counts is relatively low. Regarding the first argument, it is likely that the number of events should be lower than the number of bins for reasonable sampling rates. Third, sampling induces some reduction in the precision of the data. This reduction does not excessively penalize modalities where the acquisition is made on lines, but even mild errors on the angular parameters have significant consequences on the reconstructed images of the CC (see discussion in section III-A).

MLEM algorithm was used for the first time for Compton camera imaging in [START_REF] Wilderman | List-mode maximum likelihood reconstruction of Compton scatter camera images in nuclear medicine[END_REF]. Currently there is no established model for the calculation of the system matrix, but several proposals have been made in the literature ( [START_REF] Sauve | 3D image reconstruction for a Compton SPECT camera model[END_REF], [START_REF] Wilderman | Improved modeling of system response in list mode EM reconstruction of Compton scatter camera images[END_REF], [START_REF] Tornga | Threedimensional Compton imaging using list-mode maximum likelihood expectation maximization[END_REF]). In [START_REF] Schoene | An image reconstruction framework and camera prototype aimed for compton imaging for in-vivo dosimetry of therapeutic ion beams[END_REF], a MLEM based reconstruction framework together with an imaging prototype were presented and the proposed system matrix was tested on measured data. Monte Carlo simulations can help to choose and validate a model, but probably only up to some approximations induced by data binning. We used the approach detailed in [START_REF] Maxim | Probabilistic models and numerical calculation of system matrix and sensitivity in list-mode MLEM 3D reconstruction of Compton camera images[END_REF], where it was demonstrated that the elements of the system matrix can be approximated up to a constant factor as

t ij = M ∈vj K(β M , E 0 ) cos θ---→ V1M --→ V 1 M 2 h i (M )dv, (5) 
where K(β M , E 0 ) is the Klein-Nishina Compton scattering cross-section ( [START_REF] Klein | Über die streuung von strahlung durch freie elektronen nach der neuen relativistischen quantendynamik von dirac[END_REF]), M is a point in the voxel v j , θ---→ V1M is the angle made by --→ V 1 M with the axis of the camera and h i is a spatial kernel modelling the cone and the uncertainties on the Compton angle β. For ideal data, h i is the Dirac distribution on the cone associated to the i th event. For the calculation of the sensitivity we generalized the formula from [START_REF] Wilderman | Improved modeling of system response in list mode EM reconstruction of Compton scatter camera images[END_REF] to several scatterers.

The statistical noise and sometimes the ill-conditioned nature of the problem may lead to significant noise in the reconstructed images. As a consequence, the iterations of the MLEM algorithm have to be stopped at some point that is difficult to anticipate and in clinical routine the images use to be post-smoothed. Choosing a post-smoothing filter is a key issue as the noise in the MLEM images is not uniform but spatially variant with standard-deviation depending on the intensity ( [START_REF] Nuyts | A penalized-likelihood image reconstruction method for emission tomography, compared to postsmoothed maximumlikelihood with matched spatial resolution[END_REF], [START_REF] Stayman | Compensation for nonuniform resolution using penalized-likelihood reconstruction in space-variant imaging systems[END_REF]).

A better choice, allowing a balance between the data fidelity constrain represented by the log-likelihood (2) and some a priori, consists in including both of them in a penalized optimization problem. The ML-EM algorithm becomes the maximum a posteriori or MAP-EM algorithm. The second is sometimes implemented as appropriate smoothing of the solution between each two iterations of the first. The positivity of the solution can be easily ensured and the relative fast convergence of MLEM is preserved and even reinforced. Maximum a posteriori method brings general information about the source that allows to search for the solution in a smaller space. Often some regularity of the intensity function is imposed. In this work, we applied a non-smooth and spatially variant penalty: the total variation norm of the solution. For strong noise, corresponding to low statistics, total variation might be a good choice for classes of images more general than the piecewise constant class ( [START_REF] Sawatzky | Accurate EM-TV algorithm in PET with low SNR[END_REF]).

C. Total variation prior

Adding total variation regularization to Poisson-distributed data tomography aims to reconstruct the image with both minimal total variation and maximal log-likelihood through the resolution of the minimization problem: min{-L(λ|y) + αG(λ) : λ ∈ (R + ) J }.

Here α ≥ 0 is the weight of TV regularization and G denotes the discrete version of the L 1 -norm of the gradient in the image:

G(λ) = Ω |∇λ(x)|dx. (7) 
We used the method proposed in [START_REF] Maxim | Tomographic reconstruction from Poisson distributed data: a fast and convergent EM-TV dual approach[END_REF] for solving the MAP-TV regularization problem within EM iterations. The method is based on the Fenchel-Rockafellar duality theorem and on the dual formulation of the (M) step from the EM algorithm.

A fast iterative shrinkage-thresholding algorithm (FISTA) was used to speed up the convergence ( [START_REF] Beck | A fast iterative shrinkage-thresholding algorithm for linear inverse problems[END_REF]).

D. Figures of merit

To evaluate the reconstruction quality we calculated the structural similarity (SSIM) index between the reconstructed image and the reference normalized to their maximum of intensity ([86]). As the images were smoothed with the total variation prior, we expect a low variation for this maximum. Compared to peak signal to noise ratio (PSNR) and root mean square error (RMSE) which evaluate two images on a pixelby-pixel basis, SSIM is closer to visual perception. However, it remains a global measure which is barely affected by localized differences in the images.

IV. RESULTS

In this section we evaluate with simulated data how the TV-MAP-EM reconstructed Compton camera images are affected by (A) the energy at which the source emits, (B) the number of acquired events and (C) the thickness of the source in the direction orthogonal to the camera. For (B) and (C) we perform a comparison with the Anger camera with angular coverage 

A. Influence of the emission energy

In figure 4 we show the Compton camera images for the source emitting successively at energies 511 keV, 2 MeV and 4 MeV. The source was placed in configuration (C2) (see figure 3). We used 2 × 10 6 measured events for each reconstruction.

B. Compton camera against limited angle Anger camera

The CC is expected to have an efficiency one or two orders of magnitude superior to the AC and to be used in applications where the counts are very low. The source, emitting at 511 keV, was placed perpendicular to the CC in configuration (C1). For the AC, at half-course the word is perpendicular to the detector. The AC is considered in a 120°-limited angle configuration. We then reconstructed the volumes for a number of detected events ranging from 2 × 10 4 to 2 × 10 6 for the CC and from 2 × 10 3 to 2 × 10 6 for the AC. The SSIM index comparing the reconstructed volumes to the reference image was calculated as function of the iteration number and plotted in figure 5.

Figure 6 compares the regularized iterative reconstructions from CC and AC for different counts. The source was placed in configuration (C1). For the CC simulation, the photons were emitted at energy 511 keV. The image on the top-left is the reference. The results for the CC reconstruction are shown on the left side from the second line to the last, for respectively 2 × 10 6 , 2 × 10 5 and 2 × 10 4 measured events. The results for the missing angle AC configuration with projections measured on 120°in the range [30°,150°] are shown on the right from the top to the end, for respectively 2 × 10 6 , 2 × 10 5 , 2 × 10 4 and 2 × 10 3 measured events.

C. Position of the source

The CC has lower resolution in the direction orthogonal to the detector. The position of the source also affects the AC 

D. Analytic reconstruction from high counts

When the number of detected events is high, analytic reconstruction methods can be applied. Figure 8 compares filtered back-projection reconstructions from CC and from missing angle AC acquisitions, for 1.25 × 10 7 valid counts (see section II-C for details). TV-denoising was applied to the reconstructed volumes.

V. DISCUSSIONS

The energy of the photons influence the shape of the Compton cones through the Klein-Nishina cross-section in CC imaging. At low energies, high scattering angles are favoured. As the energy increase, small angles related to almost forward scattering prevail. The data become then more and more close to the linear projection model. On the one hand, if the camera is small and is not let to turn around the source, missing angle artefacts would be expected. On the other hand, for large cameras an improvement could be expected as the surface of uncertainty decrease with the half-opening angle of the cone. 4, the influence of the energy on the image is not evident. The reason might be the large angular acceptance of the simulated geometry. These conclusions are not applicable to realistic data where the energy has a determinant influence on the results both for the CC (see for instance [START_REF] Hilaire | Proton therapy monitoring by Compton imaging: influence of the large energy spectrum of the prompt-γ radiation[END_REF]) and the AC.

One conclusion that might be drawn from the comparison at different counts, is that at equal statistics, the AC is superior to the CC except for the missing angle artefacts that can be seen in the right column from figure 6. If we consider for the CC an efficiency ten times larger than for the AC, the images become visually comparable and even better for the CC as they are less affected by artefacts. As a rule of thumb, this factor of ten seems to be the price to pay when switching from linear to conical projections. In a comparison study not included here, we observed a factor somewhere between 10 and 100 for the full 180°with the AC. The second conclusion is that remarkably good images can be reconstructed from CC ideal data even at very low statistics. The shape of the source we considered is complex compared to point-sources, spheres or box sources, and the activity is not uniform. The shape of the letters is identifiable even with 2 × 10 4 detected events and the intensities are approximately well reproduced with 2×10 5 detected events. The third conclusion is that when comparing the SSIM indexes, the AC images seem more close to the original than the CC images, despite the missing angle artefacts that the eye can identify in the first ones.

Usually the resolution in CC images is lower in the orthogonal direction and degrades with the distance. In figure 7, central slices for different positions of the source are compared. The differences between (C1) and (C2) are relatively mild. However, for the configuration (C3), the letter "N" is obviously blurred compared to the letter "R", which is placed 15 cm closer to the camera. This blur could be due to modelling inaccuracies in the system matrix from (3) and in the sensitivity but also to the finite extent of the camera and the resultant missing data. In real acquisitions, several factors further degrade image quality especially for distant sources. Detection uncertainties, due either to intrinsic Doppler broadening or to the detection process, can be at some extent be modelled in the system matrix and corrected for. Correcting for random coincidences, incomplete absorption and wrong sequencing of the hits can be more tricky. Furthermore, the uncertainties of the angular parameters, i.e., Compton scattering angle and axis direction in spherical coordinates, will have severe consequences (for more details, see discussions in section III-A).

The reconstruction time of iterative methods become prohibitive for large CC data sets and analytic methods could be an alternative as they are much faster. With an optimal implementation, real time reconstruction could probably be reached. However, analytic methods cannot account for the detection model, for statistical noise and for the missing projections, giving less precise results. They still may give a coarse identification of the source when the number of counts is too low to for a precise reconstruction (see [START_REF] Maxim | Enhancement of Compton camera images reconstructed by inversion of a conical Radon transform[END_REF] for more details). The comparison in figure 8 shows that filtered back-projection gives poor results compared to iterative methods for both acquisition systems. Some artefacts that might be misleading for a quantitative evaluation of the images can be observed in the parallel missing angle acquisition. Compared to figure 6, figure 8 shows that the impact of missing data on the analytic reconstruction is higher even at a number of detected events increased by a factor of more than 10. Binning could be another factor of degradation for CC analytic reconstruction as it introduces errors on the measures. For a real AC the collimators allow for some broadening and the projections are not measured on straight lines as it was done here. The influence of the binning in the collimated system cannot be measured in our set-up.

VI. CONCLUSIONS

The aim of this work was to evaluate the imaging capabilities of the Compton camera independently of the detection technology, of the geometry or other factors that affect the results of a real detector. As reference we considered an ideal parallel hole collimated system. We focused on the reconstruction algorithms, both analytic and iterative, and on the evolution of the visual quality of the images as function of the number of events. We investigated a missingangle configuration for the collimated system reproducing the covering angle of the simulated Compton camera. To obtain approximately the same quality at visual inspection, we found that the CC should acquire about ten times more events than the AC because of the conical uncertainty. This factor is also the lower bound reported in the literature for the efficiency increase allowed by the first compared to the second. As a consequence, with an efficiency ten times larger, the CC would not allow to reduce the clinical acquisition time. However, the Compton camera successfully competed against the missing angle collimated system in terms of uniformity in constant activity regions.

Generally, a list-mode TV-MAP-EM reconstruction algorithm will give better results than list-mode MLEM or analytic algorithms. In particular, the missing angle geometry has a stronger impact on the images reconstructed by filtered backprojection compared to iterative algorithms. This can be seen from the Anger camera images at high statistics. The much faster filtered back-projection is still an appealing alternative for Compton camera high statistics data.

The results of this work cannot be extended directly to real detectors and clinical application. We can only infer that Compton cameras could be useful for configurations where a collimated detector cannot turn around the patient and thus missing angle data is generated. Besides, the advantage of Compton camera is more evident at high energies where the collimators become transparent, as it is the case in proton therapy. 
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  (a) Cross section for photon interactions (b) Klein-Nishina cross section at different energies
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 21 Figure 2.1: Cross section for photon interactions in silicon according to the energy of the γ ray (left) and the Klein-Nishina differential cross section as a function of Compton scatter angle β for different initial energies of photon (right). Image source: A. Zoglauer [2005].
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 2 Figure 2.2 is the general diagram of Compton scattering.
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 22 Figure 2.2: Diagram of the Compton scattering. An incident photon with initial energy E γ transfers an energy E e to an electron and is scattered through the Compton scattering angle β with a remaining energy E γ . The scattering angle β is the angle between the direction of the scattered photon E γ and the positive abscissa axis (represented by the dashed line). The recoil angle θ is the angle between the direction of the recoil electron and the positive abscissa axis.
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 23 Figure 2.3: Diagram of the photo-electric effect. An incident photon with initial energy E γ transfers all its energy and is absorbed by one of the orbital electrons of the atom. The electron is then ejected with kinetic energy E e .
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 24 Figure 2.4: Diagram of the Rayleigh scattering. An incident photon with initial energy E γ is scattered through a relatively small scattering angle β, no energy is transferred to the electron.
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 25 Figure 2.5: Diagram of positron creation and further positron annihilation.

Figure 2 .

 2 4 shows the general diagram of Rayleigh scattering.
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 226 Figure 2.6: Diagram of the detection of a pair of photons in PET with types of coincidence events. Image source: Livieratos [2012].
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 27 Figure 2.7: Diagram of the detection of photons in SPECT by collimated camera.
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 28 Figure 2.8: Geometry of CC composed of one single camera (left) and eight cameras (right). A source (green points) composed of seven point-like sources is positioned in front of the single camera. The reconstruction volume is indicated by the yellow cube.
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 29 Figure 2.9: Energy spectrum and the reconstructed Compton sequence length, the length corresponds to the number of interactions in detectors.

  (a) Central slice on plane yz (b) Central slice on plane xz (c) Central slice on plane xy (d) 3D reconstruction
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 210 Figure 2.10: Reconstruction is obtained after 50 iterations from 2 × 10 6 simulated photons, after the analysis of Revan that leads to 39636 triggered events (detected), among which the Compton event counts are 28124. The simulated camera is placed on the plane xy.

  (b) A simplified simulation of proton therapy. The pencil beam emits proton at 100 MeV to the patient. The used physic list is QGSP_BERT_EMV. The high energy interactions create exited nuclei passing to the precompound model modeling the nuclear de-excitation. (c) A simplified simulation of a SPECT acquisition by a collimated camera. The emitted isotope is 111 I, the two emitted energies are 171 keV and 245 keV. The simulated phantom is water. (d) A simplified simulation of PET acquisition. The camera is composed of a 46x4 crystal block as a ring. Each crystal block contains 12x12 crystal. The phantom is a water cylinder. The source is in the cylinder, not centered.
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 211 Figure 2.11: Illustrations of simulations in GATE.

  cm 3 divisé en (41 × 41 × 41) voxels, les résultats sont obtenus avec 20000 évènements. Un résumé pour comparer l'influence de différents modèles de sensibilité et d'élargissement Doppler est illustré en figure 3.20. Pour plus de détails en 1D, le profil central de (b) et (d) dans la direction orthogonale à la caméra est représenté en figure 3.21.
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 3 1 is the illustration of the conical projection model.
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 31 Figure 3.1: Illustration of the model for CC. The blue layer represents the absorber, the cyan layers represent the scatterers. M is the center of a voxel, V 1 , V 2 are the positions of first and second interaction, β is the Compton scattering angle deduced from the detected energies.
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 32 Figure 3.2: Scheme representing a point M from the volume and a scatterer layer (blue rectangle), with coordinates x ∈ [a, b] and y ∈ [c, d]. The sensitivity is calculated at M , and N is a running point from the detector.

  Figure 3.3: The simulated geometry of 3 scattering layers (left) and 6 scattering layers (right), the closest layer was set 10 cm to the origin (0, 0, 0). The point sources were placed at different spatial positions, in the direction orthogonal to the camera (z axis) varying from (0, 0, -8) to (0, 0, 28), in the direction parallel to the camera (x axis) varying from (0, 0, 0) to[START_REF] Parra | Reconstruction of cone-beam projections from compton scattered data[END_REF] 0, 0). The distance between two neighbour sources was 4 cm.

Figure 3 . 4 :

 34 Figure 3.4: Comparison of the sensitivity models for a camera composed of three layers (ideal detectors), the blue ellipse marks the origin (0, 0, 0).

  Figure 3.5: Comparison of the sensitivity models for a camera composed of six layers (ideal detectors), the blue ellipse marks the origin (0, 0, 0).Three layers, realistic detector

  Figure 3.7: Comparison of the sensitivity models for a camera composed of six layers (realistic detectors), the blue circle marks the origin (0, 0, 0).
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 38 Figure 3.8: Detection process and the considered probabilities of different process (green blocks).
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 310 Figure 3.10: Uncertainties on Compton scattering angle for ideal detector, during the data analysis only the Doppler broadening was considered. The calculated value β energy is plotted against the true value β geo .
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 3 [START_REF] Wahl | The Polaris-H imaging spectrometer[END_REF] shows the ARM for Compton scattering of 200 keV photons in silicon, without scatter angle selection.
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 311 Figure 3.11: The profile of angular resolution measurement (ARM) for Compton scattering of 200 keV photons in silicon without scattering angle selections. During the simulation only Doppler broadening is considered, there is no uncertainty in energy and position measurement. The different areas represent the contributions of different shells of the silicon atom: in the outside shells, the electrons are less energetic and the distribution is sharper. This figure is obtained from A. Zoglauer [2005].
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 312 Figure 3.12: Standard deviation calculated from data simulated with ideal detectors (blue dots) and the σ β calculated by the method proposed in Ordonez et al. [1997] obtained for realistic data simulated with realistic detectors. The standard deviation of β for data simulated with ideal detectors (uncertainties caused only by Doppler broadening) is as high as the one proposed for realistic data (uncertainties caused by Doppler broadening and the measurement resolution of detectors).

  .15 only shows a part of the histogram with the ARM range in [-15 • , 15 • ], the number of bins in figure 3.15 is 388.

  Figure 3.13: Uncertainties of Compton scattering angle for data simulated with ideal detector, the left plot is obtained from the events detected first by the scattering layers, the right plot is obtained by the events detected first by the absorber. The percentage of events in (b) is 2%.

Figure 3 . 14 :

 314 Figure 3.14: The maximum value of β deduced from the geometry of camera: the photon is emitted from position M and first interacts in the edge of the scatterer, then interacts in the edge of the absorber.

Figure 3 . 15 :Figure 3 . 16 :

 315316 Figure 3.15: Histogram of ARM with the angular deviation range in [-15 • , 15 • ], the size of bin is 0.077 • , the number of bins is 388. Events first scattered on silicon, source emitting at 511 keV.

  in figure 3.16. The dataset was the normalized histogram of ARM plotted in 3.15.

Figure 3 . 17 :Figure 3 .

 3173 Figure 3.17: Fitting model for the distribution of angular uncertainties due to the Doppler broadening, the uncertainties (red dot) are calculated by β geo -β energy , see table 3.4 and 3.5 for the parameters. The selected events first interacted on the scattering layer, then was absorbed by the absorber. The figures only show the adjustment with angular deviation in range [-15 • , 15 • ].

Figure 3 . 19 :

 319 Figure 3.19: Simulation geometry of the seven points source, the central point is placed 10 cm from the camera. Central slices parallel and orthogonal to the camera are shown as reconstruction result in the following.

  .20. We tested four different combination of methods in figure 3.20: single Gaussian distribution for Doppler broadening without sensitivity estimation (s j = 1), results are shown in (a); single Gaussian distribution for Doppler broadening with sensitivity calculation methods M 1, results are shown in (b); mixed Gaussian distribution for Doppler broadening with sensitivity calculation M 4, results are shown in (c); mixed Gaussian distribution for Doppler broadening with sensitivity calculation M 1, results are shown in (d).

Figure 3 . 20 :

 320 Figure 3.20: Central slices of the reconstructed volume obtained from different combination of models. The used data for reconstruction is simulated with ideal detector. The number of iterations is 50. Slices parallel to the camera are shown in the first line, slices orthogonal to the camera are shown on the second line. The combination of M 1 and a mixed Gaussian distribution leads to a better result.

Figure 3 . 21 :

 321 Figure 3.21: Central profile of reconstruction from data simulated with ideal detector through vertical direction. The sensitivity model used in the reconstruction is M 1. The compared models for Doppler broadening are single Gaussian and a mixed Gaussian distribution.

Figure 3 . 22 :

 322 Figure 3.22: Central slices of reconstruction obtained from 20,000 events from realistic data and data simulated with ideal detectors. Slices parallel to the camera are shown in the first line, slices orthogonal to the camera are shown on the second line. The result on data simulated with ideal detector shows that a more adapted model leads the reconstructed image to the ground truth. Compare the result of data simulated with ideal detectors obtained after 50 iterations to 200 iterations, the reconstruction begins to converge. Meanwhile, with the more adapted sensitivity calculation, the reconstruction on data simulated with realistic detector still diverges after several iterations. To see the position of object the reconstruction should be stopped before divergent, and the resolution of reconstruction is not good enough to identify the point-like object.

  (b) Severe noise

Figure 4 . 1 :

 41 Figure 4.1: Comparison of proposed dual method and Chambolle and Pock [2011] for Poisson denoising in different noise level.

Figure 4 . 2 :

 42 Figure 4.2: Figures of merit for the comparison of the proposed dual method (blue line) and Chambolle and Pock [2011] method (red line) for Poisson image denoising.

Figure 4 . 3 :

 43 Figure 4.3: Comparison of the proposed dual methods, the methods in Sawatzky et al. [2008] and Anthoine et al. [2012] for MLEM reconstruction after 1 × 10 4 iterations. The right column are the central profiles plotted along the vertical direction of the images shown on the left.

Figure 4 . 4 : 77 Algorithm 1

 44771 Figure 4.4: Figures of merit for the comparison of the proposed dual method (blue line), Sawatzky et al. method (red line) and Anthoine et al. method (yellow line) for MLEM reconstruction after 1 × 10 3 iterations.

Figure 4 . 5 :

 45 Figure 4.5: Central slice of the simulated source (left) and the simulation geometry (right).

4. 1 . 4

 14 Results of dual TV-MAP-EM-FISTA reconstruction for Compton camera imagingThis section compares the results of reconstruction obtained by dual TV-MAP-EM-FISTA and MLEM for Compton camera imaging. A mono-energetic voxelized source was simulated with GATE. The source is composed of five letters with thickness 1 cm. The intensity was piecewise constant in each coronal plane and constant in the z direction. The center of the source is placed 15 cm to the first layer of camera. The reconstruction voxel size is 0.25 cm. In figure 4.5(a) the central coronal slice of the source is shown. During the simulation no uncertainty was added, neither measurement errors nor Doppler broadening, the data was supposed to be ideal. The simulation geometry is shown in figure 4.5(b). The camera prototype is same as the camera simulated in the previous chapter (3.3.1). 2 × 10 6 ideal events were used for reconstruction. The central slices in the coronal plane of reconstruction are shown in figure 4.6.Figure 4.7 compares the MSE calculated by (4.37) between the reconstructed image and the ground truth as a function of iteration.The results with and without TV regularization at iteration 50 and 200 are compared in figure4.6. The divergence of MLEM can be observed without TV regularization. On the contrary, the dual TV-MAP-EM-FISTA converges both visually and in MSE (see figure4.7) and provides a better result even after 50 iterations. The reconstruction is smoother and closer to the ground truth when we compare the result of dual TV-MAP-EM-FISTA to MLEM.Post smoothing is usually proposed for reducing the high frequency artifacts, figure4.8 compares the post smoothing by median filter, post smoothing by TV dual method, and the dual TV-MAP-EM-FISTA. Results show that the TV post smoothing recovers the reconstructed distribution better than the median filter, and can be an optional noise control method for time saving, as the computation time is reduced compared to the dual TV-MAP-EM-FISTA.

  Dual TV-MAP-EM-FISTA, iteration 50 (c) MLEM, iteration 200 (d) Dual TV-MAP-EM-FISTA, iteration 200

Figure 4 . 6 :

 46 Figure 4.6: Central slices of reconstruction for Compton camera imaging with 2x10 6 ideal events without Doppler broadening.

Figure 4 . 7 :

 47 Figure 4.7: MSE of MLEM and dual TV-MAP-EM-FISTA.

Figure 4 . 8 :

 48 Figure 4.8: Central slices of reconstruction for Compton camera imaging with 2x10 6 ideal events without Doppler broadening. The reconstruction was stopped at 200 iteration, post smoothing by median filter (c) and TV dual method (d) were then added for comparaison.

  this step we investigated the RL deconvolution and TV regularized RL deconvolution on images with Poisson distributed noise. The 3D volume "RADON" was first convolved with a 3D Gaussian filter. The Poisson noisy volume is then generated by Matlab function "poissrnd" with mean value equals to the convolved 3D volume. Results show that with Poisson distributed noise the RL deconvolution will not be able to converge, and the TV regularization can effectively lead the deconvolution to a better recovery. The restoration is stable with TV regularization. The slices in figure 4.14 are obtained after 500 iterations of RL deconvolution with (below) and without (central) TV regularization, the TV weight α = 0.01. The central profiles are presented in figure 4.15.

Figure 4 . 9 :

 49 Figure 4.9: Central slices of the initial cube, convolved cube (without added noise) and deconvolved cube after 5,000 iterations and the mean squared error.

Figure 4 . 10 :

 410 Figure 4.10: Central slices of the initial image, convolved image (without added noise) and deconvolved image after 20,000 iterations and the mean squared error.

Figure 4 . 11 :

 411 Figure 4.11: Central slices of the ground truth, the RL deconvolved image, the TV regularized RL deconvolved image (without noise) after 200 iterations and the mean squared error. The TV weight was set as α = 0.02.

Figure 4 . 12 :

 412 Figure 4.12: Central profiles of deconvolution for image without noise after 200 iterations.

Figure 4 . 13 :

 413 Figure 4.13: Difference of MSE between each iteration for deconvolved image (without noise).

Figure 4 . 14 :

 414 Figure 4.14: Central slices of the convolved image with Poisson distributed noise, the deconvolved volume with and without TV regularization after 500 iterations of RL deconvolution and the mean squared error. The TV weight was set as α = 0.01.

Figure 4 . 15 :

 415 Figure 4.15: Central profiles of deconvolution for image with Poisson distributed noise after 500 iterations.

Figure 4 .

 4 Figure 4.16: MSE with different TV weight α for deconvolution on Poisson distributed noisy image as function of RL iteration number.

Figure 4 . 17 :

 417 Figure 4.17: Central slices of the deconvolved images with different TV weights when MSE is minimum.

  shows the central slices of recovery with different α. The experiments are summarized in table 4

Figure 4 . 18 :

 418 Figure 4.18: Central slices of reconstruction after 20 iterations. The tested methods are: (a) MLEM reconstruction, (b) previous reconstruction with a post RL deconvolution added in the 20th iteration, (c) TV regularized MLEM reconstruction, (d) previous reconstruction with a post RL deconvolution added in the 20th iteration, (e) MLEM reconstruction with deconvolution in each iteration, (f) MLEM reconstruction with a post RL deconvolution added in the 20th iteration, the post RL deconvolution is regularized by TV, (g) TV regularized MLEM reconstruction with RL deconvolution added in each iteration, (h) TV regularized MLEM reconstruction with a TV regularized post RL deconvolution added in the 20th iteration. All the RL iteration numbers were set to 20.

Figure 4 . 19 :

 419 Figure 4.19: Illustration of the geometry of reconstruction for PSF estimation, the center of the reconstructed volume is located at (0, 0, -3) cm, distance 7 cm to the first scattering layer of the simulated Compton camera. The dashed lines in (b) correspond to the planes where the sphere sources were simulated. The plane closest to the camera is centered at (0, 0, -6). The distance between each plane is 1 cm. (c) illustrates the 81 sphere sources (represented by stars) simulated separately on the plane z = -3.

Figure 4 .

 4 [START_REF] Ortega | Noise evaluation of Compton camera imaging for proton therapy[END_REF] shows the central slices of the reconstruction obtained from Monte Carlo simulated realistic data. The PSF deconvolution is used for resolution recovery in the second and third line in figure4.22. 

Figure 4 .

 4 Figure 4.20: PSF reconstruction and fit along the vertical direction for sources placed on (0, 0, z), z varies from -6 to -1 cm, corresponds to the distance varying from 4 to 9 cm to the camera. The solid lines represent the reconstruction after 50 iterations of MLEM with post smoothing by a Gaussian filter (FWHM = 6 mm), the dashed lines represent the fitted 3D Gaussian in vertical direction. The size of the pixel is 1.25 mm.

Figure 4 .

 4 Figure 4.21: PSF calculated at the position (0, 0, -3). First line: central slices from the MLEM reconstruction of a spherical source of radius 1 mm centered at (0, 0, -3). Second line: central slices of the previous reconstruction with a post smoothing by Gaussian filter (FWHM = 6 mm). Third line: central slices of the adjusted 3D Gaussian function after the post smoothing. From the left to the right are slices on the plane: xy, xz, yz. Fourth line: central profiles along x axis, z axis, y axis.

Figure 4 . 22 :

 422 Figure 4.22: Illustration of resolution recovery with SV-PSF estimated from MC simulation. Reconstruction from data simulated with realistic detectors including measurement uncertainties. Images are obtained after 200 iterations, the first line is the result obtained by list-mode MLEM, the second line is obtained by EM-RL, the third line is obtained by TV-EM-RL, the last line is the reference image.

Figure 4 . 23 :

 423 Figure 4.23: Central profiles of the reconstruction after 200 iterations.

Figure 5 . 1 :

 51 Figure 5.1: Relative depth dose distribution of photons, protons and carbon ions with different initial energies in water. Image source: Grün [2014].

Figure 5 . 2 :Figure 5 . 3 :

 5253 Figure 5.2: Schematic demonstration of Heidelberg Ion Beam Therapy Center.

8

 8 protons at 160 MeV). The central profiles are normalized by the maximum. The reconstructed volume was (20 × 40 × 5) cm 3 divided into (100 × 200 × 25) voxels. The calculation time for 20 iterations are 225.92 seconds for TV regularized EM (TV-MAP-EM) and 213.27 seconds for list-mode MLEM. The TV denoising on the previous result takes 0.65 seconds. We show the results obtained with n = 1, 10, 20, the expected Bragg peak is indicated by the red line.

Figure 5 . 4 :

 54 Figure 5.4: Simulation geometry of the Compton camera prototype developed by IPNL.

Figure 5 . 5 :

 55 Figure 5.5: Central slices and the profile at the first iteration.

Figure 5 . 6 :

 56 Figure 5.6: Central slices and the profile after 10 iterations.

Figure 5 . 7 :

 57 Figure 5.7: Central slices and the profile after 20 iterations.

Fig. 1 .

 1 Fig. 1. Schematic representation of a CC composed of a three-layer scatterer (light blue) and an absorber (dark blue). The source is represented as the word RADON. Photons emitted from the source are first scattered then absorbed in the detector, and the position where they were emitted can only be determined at this stage as belonging to conical surfaces. The scattering and absorption positions are respectively noted V 1 and V 2 . The scattering angle is noted β.

Fig. 2 .

 2 Fig. 2. Simulated source. The colorbar shows the normalized activity.

Fig. 3 .

 3 Fig. 3. Positions of the source, represented as red letters. The source remains identical in all three configurations, only the orientation differs. (C1) Letters parallel to the CC plane. (C2) Letters perpendicular to the CC plane. (C3) Letters at increasing distance from the CC plane. The AC rotates around the x axis as indicated by the arrows and the CC plane is parallel to the xy-plane.

Fig. 4 .

 4 Fig. 4. Images reconstructed from Compton camera data, as a function of the energy. From the left to the right the simulated energies are 511 keV, 2 MeV, 4MeV. The word-shaped source was placed perpendicular to the camera in configuration (C2). Central slices from the volumes reconstructed from 2 × 10 6 detected events at the 200th TV-MAP-EM iteration are shown.

Fig. 5 .

 5 Fig. 5. Structural similarity between the reconstructed image and the reference. The images are normalized by their maximum.

  From the results of the iterative reconstruction shown in figure 138 Cette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI084/these.pdf © [Y. Feng], [2019], INSA Lyon, tous droits réservés

Fig. 6 .

 6 Fig. 6. Iterative reconstruction from Compton camera (left) and limited angle Anger camera (right) as a function of counts. The simulated source was placed parallel to the Compton camera in configuration (C1). Central slices from the reconstructed volumes are shown for the 200th TV-MAP-EM iteration.

Fig. 7 .

 7 Fig. 7. Images reconstructed from Compton camera (left) and missing angle Anger camera (right), as a function of source position. Form the top to the bottom the source placement corresponds to the configuration denoted respectively as (C1), (C2) and (C3) in figure 3. Central slices from the volumes reconstructed from 2 × 10 6 detected events at the 200th TV-MAP-EM iteration are shown.

  (a) Compton analytic reconstruction (b) Anger analytic reconstruction

Fig. 8 .

 8 Fig. 8. Filtered back-projection reconstruction from Compton camera and from missing angle collimated camera data. Total variation denoising was applied to the reconstructed volumes.

  et régularisation en reconstruction tomographique pour l'imagerie par caméra Compton NATURE : Doctorat Numéro d'ordre : 2019LYSEI084 Ecole doctorale : Electronique, Electrotechnique, Automatique Spécialité: STIC Santé RESUME : La caméra Compton est un dispositif d'imagerie gamma pour la tomographie par émission monophotonique (TEMP). Les améliorations qu'elle pourrait apporter aux applications médicales font l'objet de nombreuses études. Elles dépendent à la fois des développements instrumentaux et des techniques de traitement des données, dont la reconstruction tomographique est une étape-clé. Le but de cette thèse est d'améliorer les performances des algorithmes de reconstruction itératifs calculant le maximum de vraisemblance en mode liste (LM-MLEM). En imagerie avec une caméra Compton, le modèle d'acquisition est basé sur l'intégrale de l'intensité de la source sur des projections coniques. La modélisation des incertitudes de mesure influence fortement le résultat de LM-MLEM. L'une des contributions de cette étude est de montrer qu'un modèle plus précis de l'élargissement Doppler, validé avec la simulation Monte-Carlo, conduit à des images plus quantitatives. Une autre contribution est une méthode de régularisation par contrôle de la variation totale (TV) pour des données distribuées selon une loi de Poisson. La régularisation TV permet d'améliorer fortement la qualité des images pour les acquisitions à faible statistique rencontrées dans les applications de ce type d'imagerie. Nous avons également étudié l'apport de la déconvolution avec la fonction d'étalement du point dans le domaine de l'image, en conjonction avec la régularisation. Cette approche est utilisée pour corriger les effets physiques trop difficile à modéliser dans la fonction de transfert. Toutes les méthodes ont été validées avec des simulations Monte-Carlo. MOTS-CLÉS : Imagerie Compton, reconstruction tomographique, MLEM, TV régularisation, PSF déconvolution Laboratoire (s) de recherche : Centre de Recherche et d'Application en Traitement de l'Image et du Signal (CREATIS), Unité CNRS UMR 5220 -INSERM U1206 -Université Lyon 1 -INSA Lyon -Université Jean Monnet Saint-Etienne. Directeur de thèse: David Sarrut, DR CNRS, INSA-LYON, CREATIS, Unité CNRS UMR 5220 -INSERM U1206 -Université Lyon 1 -INSA Lyon -Université Jean Monnet Saint-Etienne. Co-Directeur de thèse: Voichiţa Maxim, Maître de Conférences HDR, INSA-LYON, CREATIS, Unité CNRS UMR 5220 -INSERM U1206 -Université Lyon 1 -INSA Lyon -Université Jean Monnet Saint-Etienne.

  

  [START_REF] Takeda | Demonstration of invivo multi-probe tracker based on a Si/CdTe semiconductor Compton camera[END_REF],Motomura et al. [2013],Krimmer et al. [2015],Pausch et al. [2016],Kishimoto et al. [2017],Fontana et al. [2017]), imaging of γ sources in nuclear medicine is actually carried out

with collimator-based gamma cameras. CCs have recently regained interest as they may allow ion-range monitoring for proton and hadron-therapy using prompt-γ emission generated by nuclear interactions of the ions with tissue

(Frandes et al. [2010]

,

Richard et al. [2012]

,

Ortega et al. [2015]

,

Taya et al. [2016]

,

[START_REF] Schoene | An image reconstruction framework and camera prototype aimed for Compton imaging forin-vivodosimetry of therapeutic ion beams[END_REF]

, Hueso-González et al.

[2016],

Aldawood et al. [2017]

,

Rohling et al. [2017]

,

Krimmer et al. [2018]

).

  NaOH accumulated in the thyroid,85 SrCl 2 -HCL in the bone and 65 ZnCl 2 -saline in the liver) was realized. InIltis et al. [2018] a temporal imaging prototype made of CeBr 3 is developed for nuclear waste detection, and the energy range is from 200 keV to 2 MeV. Most recently, experiments in human body were realized by CC imaging in Gunma University Heavy Ion Medical Center, Japan

.06% for 662 keV γ ray is achieved with Waseda University, Hamamatsu Photonics Central Research Laboratory, National Institutes for Quantum and Radiological Science and Technology (NIRS-QST) and Osaka University Graduate School of Medicine, Medical Imaging Center for Translational Research. Their prototype used Ce-doped Gd 3 Al 2 Ga 3 O 12 (GAGG) for both scatterer and absorber. An in-vivo detection of multi-tracer ( 131 I-

Table 3 .

 3 

		1: sensitivity calculation model
	M 1 exponential attenuation model (3.16)
	M 2	attenuation (3.17)
	M 3	without attenuation (3.18)
	M 4	block model Maxim et al. [2016]

Table 3 . 2

 32 

: System matrix estimation model

Table 3 .

 3 3: FWHM of Doppler Broadening for different semiconductor materials, the data is obtained from A.Zoglauer [2005] 

	Material 200 keV [degree] 500 keV [degree] 1 MeV [degree]
	Si	1.8	0.80	0.40
	Ge	2.85	1.25	0.65
	CdZnTe	3.50	1.55	0.85

Table 3 .

 3 4: Parameters of single Gaussian fit

	Plots in figure 3.17	(k,σ)	MSE
	a	0.0503 0.1346 2.428e-06
	b	0.0317 0.5438 1.5164e-06
	c	0.0428 0.6097 2.0058e-06
	d	0.0256 0.5699 1.1742e-06

Table 3 .

 3 5: Parameters of mixed Gaussians fitPlots in figure3.17(k 1 ,σ 1 , k 2 , σ 2 )

	MSE

  2 , which has been used in 16 clinical centers worldwide. The simulation features are summarized below:

	Hadronic models in GEANT4 Electromagnetic Inelastic	G4BinaryCascade
		Elastic	G4LElastic
	Clinical feature	Facility	IBA Cyclotron C230
		Clinical intensity	2 x 10 10 p/s
		Energy	160 MeV
	Beam structure	Bunch time [ns]	3.2
		Period [ns]	

  Andreas Zoglauer, Georg Weidenspointner, Michelle Galloway, Steven E Boggs, and Cornelia B Wunderer. Cosima-the cosmic simulator of MEGAlib. In 2009 IEEE Nuclear Science Symposium Conference Record (NSS/MIC), pages 2053-2059. IEEE, 2009b.
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avec n représentant les bruits additifs et * représentant la convolution. L'estimation de u à partir de z sans avoir k et n connus est souvent liée au débruitage et au défloutage de l'image. Les bruits dans l'acquisition d'images peuvent généralement être classés en deux types : les bruits additifs n indépendants du signal et les bruits relatifs dépendants du signal. Les causes des bruits additifs sont le bruit thermique, les fluctuations du capteur et des circuits électroniques des appareils d'imagerie. Un modèle typique pour n est le bruit additif gaussien, dont la fonction de densité de probabilité (PDF) corresponds à la loi normale et n'est pas liée aux fréquences. En raison de sa traçabilité mathématique, ce modèle est souvent utilisé pour modéliser les processus aléatoires qui se produisent dans la nature. Le bruit dépendant du signal est généré par la nature stochastique du processus de comptage des photons. Le nombre de photons détectés suivant une loi de Poisson (z ∼ P (k * u)) apportera les bruits distribués suivant une loi de Poisson à l'image. Contrairement aux bruits additifs gaussiens, le PDF des bruits de Poisson dépend du nombre de photons détectés. Dans la plupart des acquisitions d'imagerie médicale, les bruits dans l'image sont souvent un mélange de bruits additifs et du bruit de Poisson. De plus, en cas d'un faible nombre de photons détectés dans TEMP, le bruit de Poisson est beaucoup plus fort que le bruit additif et influencera certainement la qualité de l'image. Trouver une méthode de débruitage appropriée pour le bruit de Poisson est alors important pour la reconstruction.

Cette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI084/these.pdf © [Y. Feng], [2019], INSA Lyon, tous droits réservés Cette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI084/these.pdf © [Y. Feng], [2019], INSA Lyon, tous droits réservés

Yuemeng FENGCette thèse est accessible à l'adresse : http://theses.insa-lyon.fr/publication/2019LYSEI084/these.pdf © [Y. Feng], [2019], INSA Lyon, tous droits réservés

https://www.heidelberg-university-hospital.com/diseases-treatments/tumor-diseases/proton-therapy-and-carbon-ion-therapy/

IBA Cyclotron C230: one of the accelerators produced by company Ion Beam Applications (IBA) in Belgium, for more information, see:[START_REF] Jongen | New cyclotron developments at IBA[END_REF].
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