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Introduction

MicroRNAs (miRNAs) are involved in virtually all physiologic processes, including differentiation and proliferation, metabolism, hemostasis, apoptosis or inflammation. To date, more than 30,000 miRNAs have been discovered, of which more than 2,500 can be found in humans. Especially, the discovery of many different circulating miRNAs (in biofluids of patients, e.g., serum, plasma, urine, cerebrospinal fluid, etc.) specific for cancers (breast, colorectal, esophageal, gastric, liver, lung, ovarian, pancreatic, etc.), as well as many other diseases (infectious disease, immunological disorder, cardiovascular disease, neurological disease, etc.), have strongly driven the implementation of miRNAs as nextgeneration biomarkers for prediction of the diseases, treatment response or prediction of progression. Based on a new report by BCC Research Inc., the global market for miRNA research tools, services, diagnostics, and drug discovery is estimated to reach nearly $ 1.4 billion in 2021 at a compound annual growth rate of 10.5% for 2016-2021. Compared to the very recent discovery of circulating miRNAs, the diagnostic section of this overall market is still extremely small, demonstrating the urgent need for developing approved clinical miRNA diagnostics. Despite their short lengths combined with strong sequence similarities between different miRNAs, many different technologies have been used for their detection, in which the most commonly applied methods are reverse transcription quantitative polymerase chain reaction (RT-qPCR), microarrays, next-generation sequencing (NGS), in situ hybridization (ISH), and northern blotting (NB). However, the main limitations are low sensitivity (microarray, NB) and throughput (ISH, NB, RT-qPCR), expenditure of costs (microarray, NGS), lack of absolute quantification (microarray, NGS) and high-order multiplexing from a single sample (RT-qPCR, NGS), time consuming procedures, and difficulties associated with comparable results across different platforms.

Isothermal amplification has emerged as a powerful method for highly rapid, specific and sensitive miRNA assays, which also possesses the compatibility with diversified detection platforms, such as fluorescence, electrochemistry, and colorimetry.

The aim of this thesis is to address new routes of miRNA diagnostic tools, taking the simplicity of a homogeneous immunoassay, the multiplexing capability of microarrays, the sensitivity of RT-qPCR, and the throughput capacity of NGS within one single diagnostic tool. The original concept is to combine the versatility and multiplexing capability of luminescent Tb complexes (LTCs)-based time-gated Förster resonance energy transfer (TG-FRET) measurement with isothermal amplification technology to design ultrasensitive and/or multiplexed miRNA biosensors. LTCs have long been used as an energy transfer donor, and possess unique advantages for multiplexing detection due to their multiple, sharp, and distinct emission peaks, as well as long excited-state lifetimes compared to organic dyes and quantum dots (QDs). Organic dyes can be used in biological systems with low toxicity. They have been the most frequently applied fluorophores for FRET, and in combination with LTCs as donors, multiplexed biosensing approaches are capable based on LTCs-to-dyes FRET. Notably, appropriate spectral crosstalk correction needs to be taken for spectral multiplexing due to the broad emission profiles of the most organic dyes. While QDs have unique advantages over organic dyes in FRET systems, especially in LTCs donors-based FRET assays. QDs have better spectral overlap as well as larger Förster distance with LTCs owing to their very broad absorption and extremely high molar extinction coefficient and quantum yield. The narrow and size-tunable emission bands make QDs excellent FRET acceptor candidates for multiplexing. Traditional FRET measurements are hampered by short-lived (in the ns range) and high-background fluorescence from buffers or samples. It can be eliminated by using TG-FRET, especially using long-lived LTCs as donors and short-lived dyes/QDs as acceptors. Upon pulsed excitation of a sample, by collecting photoluminescence (PL) intensities in time windows much longer than the natural decay of the dyes/QDs, but still within the lifetime of the LTCs decay, the direct excitation of the acceptors dyes/QDs and any background autofluorescence can be efficiently suppressed, greatly simplifying analysis of the system.

The thesis can be divided into eight chapters. Following the introduction, the theoretical and practical background of the research, and three individual studies are presented, then completing by summary and outlook, appendix, and bibliography. Each study is corroborated with introduction, materials and methods, results and discussion, and conclusion.

In the first study, I present a miRNA detection assay using enzymatic rolling circle amplification (RCA)-amplified LTCs-to-dye TG-FRET. My contribution to this study was the analysis of the clinical samples, including sample preparation, RCA-FRET experiments, RT-qPCR experiments, and data analysis. Dr. Jiajia Guo also contributed in the experimental work, and Dr. Xue Qiu designed the study and wrote the manuscript. All authors contributed in editing and writing of the manuscript and approved its final version to the journal (X. Qiu, J. Xu, J. Guo, A. Yahia-Ammar, N.-I. Kapetanakis, I. Duroux-Richard, J.J. Unterluggauer, N. Golob-Schwarzl, C. Regeard, C. Uzan, S. Gouy, M. DuBow, J. Haybaeck, F. Apparailly, P. Busson, and N. Hildebrandt. Chemical Science 2018, 9, 8046-8055. Third paper in Section List of publication). The combination of RCA with TG-FRET between LTCs donors and Cy5.5 acceptors resulted in single-nucleotide variant specificity and sensitivity with limit of detection (LOD) down to 4.2 ± 0.5 attomole (30 ± 3 fM) for miR-21, 6.8 ± 0.8 attomole (48 ± 5 fM) for miR-132, and 14 ± 2 attomole (99 ± 10 fM) for miR-146a. Quantification of miR-21 from human tissues and plasma samples revealed the relevance for breast and ovarian cancer diagnostics. Analysis of miR-132 and miR-146a from acute monocytic leukemia cells (THP-1 cells) demonstrated the broad applicability to different miRNAs and other types of clinical samples. Direct comparison to the gold standard RT-qPCR showed advantages of amplified TG-FRET concerning precision and specificity when quantifying low concentrations of miRNAs as required for diagnostic applications. The results demonstrate that a careful implementation of RCA and TG-FRET into one straightforward nucleic acid detection method can significantly advance the possibilities of miRNA-based cancer diagnostics and research. The second study presents a temporal multiplexing assay for miRNA detection assay using enzyme-free catalytic hairpin assembly (CHA)-amplified LTCs-to-dye TG-FRET. My contribution to this study was designing the study, performing experiments, analyzing the data, and writing the manuscript. Dr. Jiajia Guo and Dr. Xue Qiu also contributed in the study designing. All authors contributed in editing and writing of the manuscript and approved its final version to the journal (J. Xu, J. Guo, N. Golob-Schwarzl, J. Haybaeck, X. Qiu, and N. Hildebrandt. ACS Sensors 2020, (accepted), DOI: 10.1021/acssensors.0c00432. First paper in Section List of publication). Implementing TG-FRET into CHA can be used for the simultaneous quantification of two miRNAs (miR-21 and miR-20a) with a single measurement from total RNA extracts of human tissues. A single LTCs-to-Cy5.5 FRET-pair was conjugated at two specific distances within targetspecific CHA hairpin probes, such that each miRNA resulted in distinct amplified PL decays that could be distinguished and quantified by TG PL intensity detection. Enzymefree amplification in a separation-free assay format and the absence of autofluorescence background allowed for simple, specific, and sensitive detection with LOD down to 380 ± 40 attomoles (2.7 ± 0.3 pM) for miR-21 and 250 ± 60 attomoles (1.8 ± 0.4 pM) for miR-20a. Reliable duplexed quantification of both miRNAs at low picomolar concentrations was confirmed by analyzing total RNA extracts from different colon and rectum tissues with single and dual target CHA-TG-FRET and RT-qPCR for comparison. These rapid, simple and multiplexed miRNA biomarker assays present a capable method for clinical diagnostics. In the third study, I investigated a miRNA detection assay using enzymatic hyperbranched rolling circle amplification (HRCA)-amplified LTCs-to-QD TG-FRET. My contribution to this study was designing the study, performing experiments, and analyzing the data. Dr.

Xue Qiu also contributed in study design. The manuscript is under preparation. By integrating autofluorescence-suppressed TG measurement into HRCA with exponential amplification efficiency, it provides advantages of high sensitivity with a detection limit of 11 ± 4 attomole (80 ± 30 fM) and selectivity toward target miR-21 in extremely low background noise, quick and simple one-step assay format. Target-primed and reverse primer-initiated HRCA reaction can generate a large amount of single strand DNAs with different lengths (HRCA product). By hybridizing with Tb-labeled reporter DNA probes, and adaptor DNA probes that are on the surface of the QD via biotin and streptavidin interaction, QD-DNA-LTCs complexes could from, inducing the shortened distance between LTCs, resulting in LTCs-to-QD FRET. Besides, the proposed assay shows great potential for broad applicability to different miRNAs and multiplexing capability, demonstrating that it can be a promising alternative to current miRNA diagnostic approaches. 

Background 2.1 MiRNA biomarkers

MiRNAs are small (approximately 19-23 nucleotides) non-coding RNAs that were first discovered in the nematode Caenorhabditis elegans in 1993 [START_REF] Wightman | Posttranscriptional regulation of the heterochronic gene lin-14 by lin-4 mediates temporal pattern formation in C. elegans[END_REF]. The production of mature miRNA encompasses a great deal of RNA processing steps according to the biogenesis of miRNA [START_REF] Winter | Many roads to maturity: MicroRNA biogenesis pathways and their regulation[END_REF][START_REF] Ha | Regulation of microRNA biogenesis[END_REF][START_REF] Lin | MicroRNA biogenesis pathways in cancer[END_REF]. The basic process of miRNA expression and maturation is outlined in Figure 2.1. MiRNA coding genes are generally transcribed in the nucleus producing large capped and polyadenylated primary miRNA transcript (pri-miRNA). The pri-miRNA sequence is cleaved by the Drosha-DGCR8 complex to produce a stem-loop hairpin structure precursor miRNA (pre-miRNA). This pre-miRNA is then transported to the cytoplasm by Exportin-5-Ran-GTP. In the cytoplasm, the RNase Dicer complex with the double-stranded RNAbinding protein TRBP cleaves the pre-miRNA hairpin to its mature length. The passenger strand (anti-sense strand) of the mature miRNA is degraded, whereas the functional strand (guide strand) is loaded together with Argonaute proteins (Ago) into the RNA-induced silencing complex (RISC), where it guides RISC to silence target mRNAs through mRNA cleavage, deadenylation or translational repression [START_REF] Winter | Many roads to maturity: MicroRNA biogenesis pathways and their regulation[END_REF][START_REF] Ha | Regulation of microRNA biogenesis[END_REF][START_REF] Lin | MicroRNA biogenesis pathways in cancer[END_REF][START_REF] Graybill | Emerging Biosensing Approaches for microRNA Analysis[END_REF]. Acting as post-transcriptional regulators of gene expression [START_REF] Dong | MicroRNA: Function, detection, and bioanalysis[END_REF], mature miRNAs can repress protein synthesis by binding to 3'-untranslated regions of mRNA and are involved in many biological processes, such as development, cell proliferation, differentiation, and apoptosis [START_REF] Bernardo | A MicroRNA Guide for Clinicians and Basic Scientists : Background and Experimental Techniques[END_REF]. Therefore, miRNAs play an important role in the development and progression of cancer and various other diseases [START_REF] Calin | MicroRNA signatures in human cancers[END_REF][START_REF] Esquela-Kerscher | Oncomirs -MicroRNAs with a role in cancer[END_REF][START_REF] Pencheva | Control of metastatic progression by microRNA regulatory networks[END_REF]. [START_REF] Graybill | Emerging Biosensing Approaches for microRNA Analysis[END_REF].
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Taking account into the cell-to-cell variations and complex stochastic nature of RNA expression in cells [START_REF] Raser | Control of stochasticity in eukaryotic gene expression[END_REF], considerable information connecting cell function and miRNA expression may be covered by cell population based miRNA analysis. Single-cells analysis and tissues/organs cells analysis are crucial for miRNA expression profiling to understand the involvement, functions and combinations of different miRNAs in disease development at cellular level [START_REF] Calin | MicroRNA signatures in human cancers[END_REF][START_REF] Tang | MicroRNA expression profiling of single whole embryonic stem cells[END_REF][START_REF] Lu | MicroRNA expression profiles classify human cancers[END_REF]. Many miRNAs are identified as key regulators of various diseases via such analyses, which makes them very attractive therapeutic targets. Besides, analysis of extracellular miRNAs circulating in the blood and other biofluids, such as serum, urine and cerebrospinal fluid, is also highly relevant to the diagnosis of diseases. It is found that a large amount of circulating miRNAs derived from various tissues/organs are present in human serum and plasma in a remarkably stable form and are extremely resistant against endogenous RNases [START_REF] Chen | Characterization of microRNAs in serum: A novel class of biomarkers for diagnosis of cancer and other diseases[END_REF][START_REF] Mitchell | Circulating microRNAs as stable blood-based markers for cancer detection[END_REF]. One explanation of the stability of circulating miRNAs is associated with RNA-binding proteins, such as nucleophosmin (NPM1) [START_REF] Wang | Export of microRNAs and microRNA-protective protein by mammalian cells[END_REF] and Argonaute2 (Ago2) [START_REF] Arroyo | Argonaute2 complexes carry a population of circulating microRNAs independent of vesicles in human plasma[END_REF]. Alternative explanation is that circulating miRNAs are contained within microvesicles (e.g., exosomes, microparticles, and apoptotic bodies) and are protected from the membrane structure [START_REF] Skog | Glioblastoma microvesicles transport RNA and proteins that promote tumour growth and provide diagnostic biomarkers[END_REF][START_REF] Zhang | Secreted Monocytic miR-150 Enhances Targeted Endothelial Cell Migration[END_REF]. For instance, exosomes, a sort of small membrane vesicles, have been reported to be abundant in plasma [START_REF] Caby | Exosomal-like vesicles are present in human blood plasma[END_REF] and further have been revealed to contain miRNAs that can be released into body fluids such as blood and urine [START_REF] Valadi | Exosome-mediated transfer of mRNAs and microRNAs is a novel mechanism of genetic exchange between cells[END_REF]. The possibility of direct detection in easily-accessible biofluid samples has opened up new clinical avenues for miRNAs to be used as next generation biomarkers for diagnosis and prognosis [START_REF] Lu | MicroRNA expression profiles classify human cancers[END_REF][START_REF] Weiland | Small RNAs have a large impact: Circulating microRNAs as biomarkers for human diseases[END_REF][START_REF] Rosenfeld | MicroRNAs accurately identify cancer tissue origin[END_REF][START_REF] Yu | MicroRNA Signature Predicts Survival and Relapse in Lung Cancer[END_REF].

MiRNA biomarkers for cancers/tumors

Human miRNAs appear to be frequently located at fragile sites or genomic regions related to cancers [START_REF] Calin | Human microRNA genes are frequently located at fragile sites and genomic regions involved in cancers[END_REF], and play important role in onset, progression, and metastasis of cancers [START_REF] Wang | MicroRNA as Biomarkers and Diagnostics[END_REF]. The expression profiles of miRNAs differ between normal tissues and the tumors and differ between tumor types [START_REF] Esteller | Non-coding RNAs in human disease[END_REF]. Many studies have shown the alterations of miRNA expression profiles in multiple cancers, including leukemia [START_REF] Calin | MicroRNA Profiling Reveals Distinct Signatures in B Cell Chronic Lymphocytic Leukemias[END_REF], breast cancer [START_REF] Iorio | MicroRNA gene expression deregulation in human breast cancer[END_REF], lung cancer [START_REF] Yanaihara | Unique microRNA molecular profiles in lung cancer diagnosis and prognosis[END_REF], ovarian cancer [START_REF] Iorio | MicroRNA signatures in human ovarian cancer[END_REF], prostate cancer [START_REF] Porkka | MicroRNA expression profiling in prostate cancer[END_REF], pancreatic cancer [START_REF] Wang | MicroRNA functional network in pancreatic cancer: From biology to biomarkers of disease[END_REF], liver cancer [START_REF] Lee | Circulating microRNAs (cmiRNAs) as novel potential biomarkers for hepatocellular carcinoma[END_REF] and colorectal cancer [START_REF] Chen | Clinical value of integrated-signature miRNAs in colorectal cancer: miRNA expression profiling analysis and experimental validation[END_REF]. Dysregulation of miRNAs in cancer can occur through epigenetic changes and genetic alterations, which can affect the production of the primary miRNA transcript, their processing to mature miRNAs and/or interactions with mRNA targets [START_REF] Esteller | Non-coding RNAs in human disease[END_REF]. It is reported that the tumor-specific genetic defects in the miRNA biogenesis machinery, such as in the genes that encode TARBP2 [START_REF] Melo | A TARBP2 mutation in human cancer impairs microRNA processing and DICER1 function[END_REF], DICER1 [START_REF] Kumar | Impaired microRNA processing enhances cellular transformation and tumorigenesis[END_REF][START_REF] Hill | DICER1 mutations in familial pleuropulmonary blastoma[END_REF], Exportin-5 [START_REF] Melo | A genetic defect in exportin-5 traps precursor MicroRNAs in the nucleus of cancer cells[END_REF], DROSHA [START_REF] Huang | MicroRNA machinery genes as novel biomarkers for cancer[END_REF], DGCR8 [START_REF] Huang | MicroRNA machinery genes as novel biomarkers for cancer[END_REF] and AGO2 [START_REF] Huang | MicroRNA machinery genes as novel biomarkers for cancer[END_REF], are highly relevant to the cellular transformation and carcinogenesis/anti-carcinogenesis process in different tumor and cancer types.

MiRNAs can act as oncogenes as well as tumor suppressors [START_REF] Esquela-Kerscher | Oncomirs -MicroRNAs with a role in cancer[END_REF][START_REF] Matsuoka | A quantitative trait locus regulating rice grain width[END_REF]. On one hand, miRNAs that function as oncogenes can facilitate tumorigenesis including proliferation, angiogenesis, invasion and migration [42]. For instance, miR-21, which locates in the chromosomal region 17q23.1, its increased expression is among the most frequently associated with poor outcome in human cancer [START_REF] Nair | Clinical outcome prediction by MicroRNAs in human cancer: A systematic review[END_REF]. It has been shown that miR-21 can contribute to carcinogenesis through inhibition of apoptosis [START_REF] Chan | MicroRNA-21 is an antiapoptotic factor in human glioblastoma cells[END_REF], or down-regulation of other tumor suppressors, such as phosphatase and tensin homolog [START_REF] Meng | MicroRNA-21 Regulates Expression of the PTEN Tumor Suppressor Gene in Human Hepatocellular Cancer[END_REF], tropomyosin1 [START_REF] Zhu | MicroRNA-21 targets the tumor suppressor gene tropomyosin 1 (TPM1)[END_REF] and Sprouty2 [START_REF] Sophie Mokas | Uncoupling Stress Granule Assembly and Translation Initiation Inhibition[END_REF]. Medina et al. found that the overexpression of miR-21 led to a pre-B malignant lymphoid-like phenotype in vivo, and when miR-21 was inactivated, the tumors regressed completely in a few days [START_REF] Medina | OncomiR addiction in an in vivo model of microRNA-21-induced pre-B-cell lymphoma[END_REF]. In addition, elevated expression levels of miR-21 have been found in a diverse subset of cancer cell lines and tissues (see Table 2.1). On the other hand, miRNAs that function as tumor suppressors can regulate the cell cycle, apoptosis, differentiation, DNA repair, angiogenesis, and metastasis [42]. For example, the let-7 family, which consists of 12 human homologues, was the first miRNA identified in humans [START_REF] Reinhart | The 21-nucleotide let-7 RNA regulates developmental timing in Caenorhabditis elegans[END_REF]. Many human let-7 genes map to regions altered or deleted in human tumors, indicating that these genes may function as tumor suppressors [START_REF] Adrian | Human MicroRNA Genes Are Frequently Located at Fragile Sites and Genomic Regions Involved in Cancers[END_REF]. The explanation for let-7 as a tumor suppressor is provided by the discovery that let-7 can regulate the expression of RAS oncogenes [START_REF] Johnson | RAS is regulated by the let-7 microRNA family[END_REF]. The RAS genes encode protein kinases that bind guanine nucleotides and are implicated in signal transduction processes [START_REF] Medicine | MicroRNAs in medicine[END_REF]. About 20-30% of human tumors possess mutations in RAS genes, and approximately one-third of human lung adenocarcinomas carry RAS oncogenic mutations [START_REF] Medicine | MicroRNAs in medicine[END_REF]. Besides, several studies show the tumor suppressor activity of let-7 encompasses other tumor types (see Table 2.1). Taken together, different or the same miRNAs can act as tumor suppressor or as oncogene in different kinds of cancers or tumors. Table 2.1 summarizes several important miRNAs that are associated with human cancers/tumors. In view of these findings, differentially abundant miRNAs detected in blood [START_REF] Heneghan | Systemic miRNA-195 Differentiates Breast Cancer from Other Malignancies and Is a Potential Biomarker for Detecting Noninvasive and Early Stage Disease[END_REF], plasma [START_REF] Wang | MicroRNAs in plasma of pancreatic ductal adenocarcinoma patients as novel blood-based biomarkers of disease[END_REF][START_REF] Huang | Plasma microRNAs are promising novel biomarkers for early detection of colorectal cancer[END_REF], serum [START_REF] Chen | Characterization of microRNAs in serum: A novel class of biomarkers for diagnosis of cancer and other diseases[END_REF], urine [START_REF] Mengual | Using microRNA profiling in urine samples to develop a non-invasive test for bladder cancer[END_REF], cystic fluid [START_REF] Wang | Next generation sequencing of pancreatic cyst fluid microRNAs from low grade-benign and high grade-invasive lesions[END_REF], pancreatic juice [START_REF] Wang | Circulating microRNAs in pancreatic juice as candidate biomarkers of pancreatic cancer[END_REF], and sputum [START_REF] Xing | Early detection of squamous cell lung cancer in sputum by a panel of microRNA markers[END_REF] samples have been proposed as candidate biomarkers of different types of cancer. 

MiRNA biomarkers for other diseases

In addition to cancers and tumors, miRNAs have shown to be associated with various diseases, including diabetes, neurological disorders and cardiovascular diseases.

In diabetic and pre-diabetic conditions, the miRNAs expression profiles are altered both in organs and in serum, consequently impairing insulin signaling, glucose, and lipid homeostasis [42]. The identification of specific miRNA signatures predicting the appearance of type 1 diabetes, type 2 diabetes, or their long-term complications would be very useful to permit the instauration of appropriate prevention strategies [START_REF] Medicine | MicroRNAs in medicine[END_REF]. The expression of various serum miRNAs has been investigated in type 1 diabetes patients. As a result, miR-152, miR-30a-5p, miR-181a, miR-24, miR-148a, miR-210, miR-27a, miR-29a, miR-26a, miR-27b, miR-25, and miR-200a are found to be upregulated in type 1

diabetes patients [START_REF] Nielsen | Circulating levels of MicroRNA from children with newly diagnosed type 1 diabetes and healthy controls: Evidence that miR-25 associates to residual beta-cell function and glycaemic control during disease progression[END_REF]. With regard to type 2 diabetes, studies revealed that serum miR-126

and serum miR-23a can be valuable biomarkers for pre-diabetes and early detection of type 2 diabetes [START_REF] Liu | The role of circulating microRNA-126 (miR-126): A novel biomarker for screening prediabetes and newly diagnosed type 2 diabetes mellitus[END_REF][START_REF] Yang | Serum miR-23a, a potential biomarker for diagnosis of pre-diabetes and type 2 diabetes[END_REF]. In addition, serum miRNAs such as miR-29a, miR-222, and miR-132 are proposed to be candidate biomarkers for predicting gestational diabetes mellitus [START_REF] Zhao | Early second-trimester serum miRNA profiling predicts gestational diabetes mellitus[END_REF].

MiRNAs are essential for the correct function of the nervous system, which has the broadest spectrum of miRNA expression of all human tissues. Around 70% of miRNAs are expressed in brain, and many of them are specific to neurons [START_REF] Cao | Noncoding RNAs in the Mammalian Central Nervous System[END_REF]. The brain-specific miR-9 and miR-134 are found to be involved in different aspects of neural development [START_REF] Zhao | A feedback regulatory loop involving microRNA-9 and nuclear receptor TLX in neural stem cell fate determination[END_REF][START_REF] Schratt | A brain-specific microRNA regulates dendritic spine development[END_REF].

Moreover, aberrant expression of miRNAs is associated with abnormal brain development and the pathogenesis of several neurodevelopmental diseases, such as Tourette's syndrome, Alzheimer's disease and Parkinson's disease [START_REF] Mehler | Noncoding RNAs and RNA editing in brain development, functional diversification, and neurological disease[END_REF]. For instance, low miR-107 expression is found in the cortex of Alzheimer's disease patients [START_REF] Wang | The expression of microRNA miR-107 decreases early in Alzheimer's disease and may accelerate disease progression through regulation of βsite amyloid precursor protein-cleaving enzyme 1[END_REF], and the expression levels of blood miR-1, miR-22*, and miR-29 can be useful biomarkers for Parkinson's disease [START_REF] Margis | Identification of blood microRNAs associated to Parkinsonós disease[END_REF].

MiRNAs have been found to be key regulators of cardiac development as well as multiple cardiovascular diseases [START_REF] Philippen | Non-coding RNA in control of gene regulatory programs in cardiac development and disease[END_REF]. MiRNAs are up or downregulated in vascular disease, heart failure, ischemic cardiomyopathy, dilated cardiomyopathy, and aortic stenosis [START_REF] Zampetaki | MicroRNAs in vascular and metabolic disease[END_REF][START_REF] Romaine | MicroRNAs in cardiovascular disease: An introduction for clinicians[END_REF].

Since miRNAs in the systemic circulation may reflect tissue damage, circulating miRNAs such as miR-1, miR-208a, and miR-126 have been suggested as potential biomarkers for the acute myocardial infarction diagnosis [START_REF] Ai | Circulating microRNA-1 as a potential novel biomarker for acute myocardial infarction[END_REF][START_REF] Wang | Circulating microRNA: A novel potential biomarker for early diagnosis of acute myocardial infarction in humans[END_REF][START_REF] Zampetaki | Prospective study on circulating microRNAs and risk of myocardial infarction[END_REF].

Besides, miRNAs are used as biomarkers for the diagnosis of various other diseases. For example, circulating miR-122, miR-22, and miR-34a are found to be correlated with human immunodeficiency virus, and can serve as biomarkers for liver injury in human immunodeficiency virus patients [START_REF] Zampetaki | Circulating miRNAs as marker for liver injury in HIV patients[END_REF]. Urinary miRNAs such as miR-1, miR-133, miR-223, and miR-199 are dysregulated in patients with autosomal-dominant polycystic kidney disease, and can be used as potential biomarkers of disease progression [START_REF] Ben-Dov | Urine microRNA as potential biomarkers of autosomal dominant polycystic kidney disease progression: Description of miRNA profiles at baseline[END_REF]. Plasma miR-122 is proposed as a biomarker for hepatic diseases [START_REF] Zhang | Plasma microRNA-122 as a biomarker for viral-, alcohol-, and chemical-related hepatic diseases[END_REF]. In addition, circulating miR-323-3p is suggested as a biomarker for the diagnosis of ectopic pregnancy [START_REF] Zhao | Circulating microRNA miR-323-3p as a biomarker of ectopic pregnancy[END_REF].

Taken together, understanding the functions of different individual and combined miRNAs, identifying disease-relevant signatures of miRNAs, and detecting them as biomarkers in tissues as well as in body fluids can be of paramount importance for both diagnostics and therapy of cancers or other diseases.

MiRNA detection methods

Introduction

As the clinical and biological implications of miRNAs have been sufficiently elucidated, it is of great significance to develop robust analytical technologies that facilitate routine miRNA detection. While owing to the unique characteristics of miRNA, such as small size, low abundance, sequence similarity, and their ability to regulate multiple targets, the progress in miRNA detection modalities meets many challenges and remains to be improved [START_REF] Dong | MicroRNA: Function, detection, and bioanalysis[END_REF].

First, due to the small size as well as the GC content variation of miRNA, specific thermodynamic constraints should be taken into account, which can potentially introduces sequence-specific bias and significantly complicate the vast majority of hybridizationbased, especially polymerase chain reaction (PCR)-based, detection methods [START_REF] Qavi | Sizing up the future of microRNA analysis[END_REF]. Second, miRNAs are often expressed differing only by single nucleotides. The high sequence similarity among family members makes the specific detection more difficult. Third, miRNAs make up only a small fraction (roughly 0.01%) of the mass in total RNA extracted from a sample of interest, and miRNA concentration in cellular can be as low as a few molecules per cell [START_REF] Lim | The microRNAs of[END_REF]. The extremely low abundance of miRNA requires a highly sensitive assay. Moreover, the abundance of particular miRNA sequences varies by as much as four orders of magnitude from a few copies to over 50,000 copies per cell [START_REF] Bartel | MicroRNAs: Genomics, Biogenesis, Mechanism, and Function[END_REF], thus, a wide dynamic range of miRNA detection is also a necessity. Importantly, beyond specificity, selectivity, and large dynamic range, another challenge is high-order multiplexing, whereby levels of more than one miRNA are quantitated simultaneously and from a single sample.

Most mRNAs are regulated by one or more miRNAs [START_REF] Friedman | Most mammalian mRNAs are conserved targets of microRNAs[END_REF], and further study revealed that multiple miRNAs can target the same mRNA [START_REF] Wu | Multiple microRNAs modulate p21Cip1/Waf1 expression by directly targeting its 3′ untranslated region[END_REF], adding complexity to the mechanisms through which miRNAs regulate gene expression. Hence, it requires methods to detect multiple miRNAs to fully understand the important and complex function of these regulation mechanisms.

Given the aforementioned analytical challenges, considerable effort has been continuously devoted to explore miRNA analysis strategies to meet the requirements for accuracy, sensitivity, specificity, high-throughput, and capacity to high-order multiplexing.

Conventional methods

At present, the major approaches used to analyze miRNAs are reverse transcription quantitative polymerase chain reaction (RT-qPCR), microarrays, next-generation sequencing (NGS), in situ hybridization (ISH), and northern blotting (NB).

RT-qPCR.

As the current gold standard for miRNA analysis, there already exists some commercial assays and protocols, such as miRCURY LNA miRNA PCR Assays from QIAGEN, TaqMan Assays from Thermo Fisher Scientific, and Two-tailed miRNA Assays from TATAA Biocenter. As mentioned before, the small size of miRNA (roughly the same size as traditional primer) complicates most PCR-based detection schemes. To overcome this challenge, two strategies are most commonly used: (1) stem-loop RT-based miRNA assays using TaqMan probe; (2) poly (A) tailing-based and direct RT-based miRNA assays using SYBR green dye [START_REF] Chen | PCR Protocols-Chapter 8: Quantitation of MicroRNAs by Real-Time RT-qPCR[END_REF]. The overall workflow for both of these RT-qPCR approaches are illustrated in Figure 2.2a. The principle of these RT-qPCR methods mainly relies on reverse transcription of miRNA to complementary DNA (cDNA), followed by quantitative PCR with real-time monitoring of reaction product accumulation using either intercalating dye or TaqMan probe.

Microarray.

Microarrays were among the first methods to be utilized for parallel analysis of large amounts of miRNAs, that rely on nucleic acid hybridization between target miRNAs and their corresponding complementary probes (Figure 2.2b). Several technical variations of the approach have been developed independently including the probe design, immobilization chemistry, sample labeling, and microarray chip signal detection methods [START_REF] Chandrasekaran | DNA nanotechnology approaches for microRNA detection and diagnosis[END_REF]. GeneChip miRNA Array from Thermo Fisher Scientific is one of the well-known platforms for studying the role of miRNAs and their involvement in a broad spectrum of developmental and physiological mechanisms.

NGS.

The NGS technique has enabled another major approach for miRNA expression profiling, of which unique is the ability to identify novel miRNA sequences that are not already annotated in miRNA databases. The main NGS technologies have been reviewed [START_REF] Metzker | Sequencing technologies the next generation[END_REF]. Generally, NGS begins with the preparation of a small cDNA library from the miRNA sample of interest using a RT process similar to RT-qPCR. Adaptors are ligated to both the 5′ and 3′ ends of the cDNA products, and the resulting products are attached to either a planar or bead based substrate (Figure 2.2c). This is then followed by the massively parallel sequencing of millions of individual cDNA molecules from the library. Bioinformatic analysis of the sequence reads identifies both known and novel miRNAs in the data sets and provides relative quantification using a digital approach.

ISH. Since it was firstly used for miRNA detection in 2006 [START_REF] Nelson | RAKE and LNA-ISH reveal microRNA expression and localization in archival human brain[END_REF], ISH has become a common and unique technique for miRNA profiling which identifies the native locations of miRNA in a single cell, inside tissues, or in cell compartments. Depending on the detection method, ISH can be divided into chromogenic enzyme-based ISH and fluorescent ISH (FISH). Global miRNA expression analysis in tissues is typically performed with the help of chromogenic enzyme-based ISH detection methods, while for more precise small RNA localization studies, FISH imaging is more suitable [START_REF] Urbanek | Small RNA detection by in situ hybridization methods[END_REF]. Various approaches, including modification of hybridization probes, cell fixation and permeabilization, amplification of the target sequence and detection signal, enable the significant progress in single molecule RNA FISH techniques [START_REF] Urbanek | Small RNA detection by in situ hybridization methods[END_REF][START_REF] Dave | MicroRNA amplification and detection technologies: opportunities and challenges for point of care diagnostics[END_REF].

NB.

At present, NB for miRNA analysis is a readily available technology for molecular biology laboratories. Common protocol for NB involves miRNA isolation, polyacrylamide gel electrophoresis, transfer of the separated sample to the blotting membrane, and visualization via hybridization with a radioactively labeled DNA strand complementary to the miRNA of interest. As NB involves a size-based separation step, it can simultaneously detect both mature and precursor forms of a miRNA, which can be utilized for the studies on miRNA processing mechanisms [START_REF] Streit | Northern blot analysis for detection and quantification of RNA in pancreatic cancer cells and tissues[END_REF]. Recently, these conventional methods for miRNA detection were compared, and each method showed its strengths and weaknesses [START_REF] Chandrasekaran | DNA nanotechnology approaches for microRNA detection and diagnosis[END_REF][START_REF] Mestdagh | Evaluation of quantitative miRNA expression platforms in the microRNA quality control (miRQC) study[END_REF] ( 

Isothermal amplification-based methods

Isothermal amplification has emerged as a powerful method for quantification of nucleic acids and has already proven its utility for developing highly specific and sensitive miRNA assays. Alternative to PCR methods that rely on the precise and complex thermocycling, isothermal amplification-based methods can rapidly and efficiently amplify the short target nucleic acids or the signal of a recognition event at constant temperature under simple conditions. Since the first isothermal amplification technique was introduced to detect miRNA [START_REF] Allawi | Quantitation of microRNAs using a modified Invader assay[END_REF], creative miRNA assays using isothermal amplification have been developed, achieving miRNA detection with high specificity (single-nucleotide resolution) and superior sensitivity (detection limit reaching femtomolar or attomolar level). Sequentially, these methods are demonstrated to be capable for miRNA quantification in clinical samples (tissues, serum, and plasma), and well suitable for miRNA in situ detection due to their mild reaction conditions and localized amplification ability [START_REF] Deng | Isothermal Amplification for MicroRNA Detection: From the Test Tube to the Cell[END_REF]. A multitude of isothermal amplification techniques has been exploited. For instance, rolling circle amplification (RCA), duplex-specific nuclease signal amplification (DSNSA), loop-mediated isothermal amplification (LAMP), and strand-displacement amplification (SDA), that are mainly realized by enzyme-based replication or digestion. Besides, isothermal amplification can also be achieved via enzyme-free strand displacement processes, such as catalytic hairpin assembly (CHA) and hybridization chain reaction (HCR). Table 2 (Adapted with permission from reference [START_REF] Deng | Isothermal Amplification for MicroRNA Detection: From the Test Tube to the Cell[END_REF]. Copyright 2017 American Chemical Society.) 

RCA.

In the 1990s, it was reported that DNA polymerase can utilize circular templates to make a long linear strand, containing multiple copies of a given sequence and this process was referred to as RCA [START_REF] Fire | Rolling replication of short DNA circles[END_REF][START_REF] Liu | Rolling circle DNA synthesis: Small circular oligonucleotides as efficient templates for DNA polymerases[END_REF]. RCA can be coupled to the ligation of a padlock probe (in the presence of a target analyte) to provide sensitive detection of nucleic acids, and it was firstly used to detect miRNA in 2006 [START_REF] Sp | microRNA detection system based on padlock probes and rolling circle amplification[END_REF]. The padlock probe is a single probe that contains 3'-and 5'-end sequences that bind to target miRNA sequences in a juxtapose manner to aid a ligase-mediated circularization of the padlock probe if the 5'-end is phosphorylated. After circularization of the padlock probe, target miRNA (or an external primer) and DNA polymerase are used to produce long repeating DNA, which can generate amplification with high efficiency sequences (Figure 2.3a). Besides padlock probes, dumbbell probesmediated RCA strategy is also widely used [START_REF] Zhou | A dumbbell probe-mediated rolling circle amplification strategy for highly sensitive microRNA detection[END_REF][START_REF] Chen | Isothermal Amplification on a Structure-Switchable Symmetric Toehold Dumbbell-Template: A Strategy Enabling MicroRNA Analysis at the Single-Cell Level with Ultrahigh Specificity and Accuracy[END_REF]. Subsequently, a target miRNA recycled RCA assay with specially designed dumbbell probe is proposed without utilization of ligases [START_REF] Long | An isothermal and sensitive nucleic acids assay by target sequence recycled rolling circle amplification[END_REF]. The dumbbell probe is already circularized but the primer-binding site is sequestered in the duplex region of the dumbbell. Upon target binding, the duplex region of dumbbell probe opens up to enable the primer to bind and the RCA process to begin.

In contrast to linear RCA techniques mentioned above, the proposal of exponential amplification method hyperbranched RCA (HRCA) leads to the sensitivity significantly improved, which is reported that more than 10 9 copies of the circle can be produced within 90 min at approximately 60 °C [START_REF] Lizardi | Mutation detection and single-molecule counting using isothermal rolling-circle amplification[END_REF]. The schematic representation of HRCA is shown in In most cases, target miRNA is generally used as the template for selective ligation of a padlock probe to generate the oligonucleotide circle. Due to the limited length of miRNA, mismatch between miRNA and ssDNA padlock, even if there is a mismatch of only one pair of bases, would lead to a significant decrease in melting temperature, which means an extremely low possibility of oligonucleotide circle generation and thus forbidden RCA [START_REF] Chen | Nucleic acid amplification-based methods for microRNA detection[END_REF]. In other words, using miRNA as a ligation template could provide improved specificity in miRNA assays and single-base differences between miRNAs have been correctly discriminated. Additionally, the exploitation of T4 RNA ligase 2 and SpintR ligase (Chlorella virus DNA ligase) leads to the higher selectivity and sensitivity than the commonly used T4 DNA ligase for RNA splinted DNA ligation [START_REF] Cheng | Highly Sensitive Determination of microRNA Using Target-Primed and Branched Rolling-Circle Amplification[END_REF][START_REF] Lohman | Efficient DNA ligation in DNA-RNA hybrid helices by Chlorella virus DNA ligase[END_REF][START_REF] Jin | Sensitive and specific miRNA detection method using SplintR Ligase[END_REF]. RCA has been widely used in miRNA detection due to its high sensitivity and specificity.

DSNSA. Duplex specific nuclease is an enzyme that shows a strong preference for cleaving DNA in dsDNA or DNA-RNA hybrid duplexes with little activity against ssDNA or RNA, exhibits good capability to discriminate perfectly matched short DNA duplexes from nonperfectly matched ones [START_REF] Anisimova | Renaturation, activation, and practical use of recombinant duplex-specific nuclease from Kamchatka crab[END_REF]. By taking these particular properties of nuclease, DSNSA possesses an intrinsic advantage for miRNA assay. As shown in Figure 2.3b, DSNSA is achieved by the miRNA-mediated cycle of probe capturing, cleavage and fragment release.

In typical DSNSA-based miRNA detection methods, target miRNAs can continuously capture specific DNA probes once they are released in reaction systems, no matter the probes are designed to be linear-or hairpin-structured [START_REF] Tian | Sensitive and convenient detection of microRNAs based on cascade amplification by catalytic dnazymes[END_REF], fluorophore-labeled or labelfree [START_REF] Wang | Novel amplex red oxidases based on noncanonical DNA structures: Property studies and applications in microRNA detection[END_REF]. Upon using differently labeled DNA probes, simultaneous detection of multiple miRNAs can be realized [START_REF] Yin | One-step, multiplexed fluorescence detection of microRNAs based on duplex-specific nuclease signal amplification[END_REF][START_REF] Wang | Target-initiated labeling for the dual-amplified detection of multiple microRNAs[END_REF]. Moreover, low error rates occur owing to the one-step amplification based on simple hybridization between the target miRNAs and probes.

LAMP. LAMP strategy was firstly introduced in 2000 [START_REF] Duan | Lab in a tube: Ultrasensitive detection of MicroRNAs at the singlecell level and in breast cancer patients using quadratic isothermal amplification[END_REF], which exhibits great sensitivity as a result of its exponential amplification feature. As illustrated in Figure 2.3c, the LAMP system consists of a template DNA (M, F2c, F1c, B1, B2, B3), forward inner primer (F1c, F2), backward inner primer (B1c, B2) and outer primer B3. In the initial step, forward inner primer hybridizes to F2c in the template DNA and extends in the presence of DNA polymerase. Afterwards, target miRNA hybridizes to M in the template DNA and initiates the extension along the DNA template and the strand displacement DNA synthesis with the help of DNA polymerase. Consequently, forward inner primer-linked ssDNA is released and forms a stem-loop structure at the 5'-end through the hybridization between F1 and F1c. At the 3'-end of this ssDNA, backward inner primer hybridizes to B2c to perform the primer extension and then the outer primer B3 hybridizes to B3c in the 3'-end of the ssDNA to perform the strand displacement DNA synthesis, releasing a backward inner primer-linked ssDNA, which can form dumbbell structures at 3'-and 5'-end, respectively. This auto-cycling strand displacement DNA synthesis can be repeated continuously and leads to exponential amplification of miRNA. LAMP can amplify a few copies of the target to 10 9 in less than one hour with high specificity [START_REF] Notomi | Loop-mediated isothermal amplification of DNA[END_REF].

However, the major disadvantages of LAMP strategy are the complicated design of primers for stem-loop formation, effected performance due to the synergistic hybridization and extension of the multiple primers along the long template, and the positive false signal caused by the indirect evaluation methods [START_REF] Ye | Research advances in the detection of miRNA[END_REF]. Though several new ideas have been put

forward in order to overcome these shortcomings [START_REF] Jiang | Robust Strand Exchange Reactions for the Sequence-Specific, Real-Time Detection of Nucleic Acid Amplicons[END_REF][START_REF] Sun | One-step detection of microRNA with high sensitivity and specificity: Via target-triggered loop-mediated isothermal amplification (TT-LAMP)[END_REF][START_REF] Liu | Establishment of an accurate and fast detection method using molecular beacons in loop-mediated isothermal amplification assay[END_REF], there is still brilliant space for retrofitting primers and detection probes to adapt to the detecting requirement. The commonly used polymerases in SDA are Bst DNA polymerase [START_REF] Duan | Lab in a tube: Ultrasensitive detection of MicroRNAs at the singlecell level and in breast cancer patients using quadratic isothermal amplification[END_REF], Klenow fragment polymerase [START_REF] Chi | Direct fluorescence detection of microRNA based on enzymatically engineered primer extension polythymine (EPEPT) reaction using copper nanoparticles as nano-dye[END_REF], and phi29 DNA polymerase [START_REF] Chen | In Situ Electrochemical Generation of Electrochemiluminescent Silver Naonoclusters on Target-Cycling Synchronized Rolling Circle Amplification Platform for MicroRNA Detection[END_REF], that have been widely reported to construct sensitive miRNA sensing platforms. However, the conventional utilization of enzymes hinders SDA from wider application because enzyme-mediated reactions are restricted by temperature, ionic composition, and other factors [START_REF] Ye | Research advances in the detection of miRNA[END_REF]. Hence, the developments of more transformational SDA methods are important.

SDA

CHA. Since originally developed in 2008 [START_REF] Yin | Programming biomolecular self-assembly pathways[END_REF], CHA has received particular interest owing to its excellent property of enzyme-free signal amplification. As illustrated in Figure 2.3e, two complementary nucleic acid hairpins are designed and the reaction is inactivated in the absence of target. Only upon addition of the target miRNA which acts as initiator, one of the hairpins can be opened based on the toehold-mediated strand displacement, and then further enable the assembly of both hairpins to form double-stranded CHA product.

Subsequently, the spontaneously displaced and recycled miRNA can act as a catalyst to induce more hairpin assembly events. However, the background signal caused by the nonspecific CHA products in the absence of target may counteract the specificity of signal amplification methodologies and compromise their analytical performance [START_REF] Chen | Stacking nonenzymatic circuits for high signal gain[END_REF]. Aiming at this challenge, an improved CHA strategy is proposed by introducing mismatched base pairs into the breathing sites of the hairpin substrates [START_REF] Jiang | Mismatches improve the performance of strand-displacement nucleic acid circuits[END_REF]. This kind of mismatched CHA amplification significantly decreased the background reaction signal, which improved the properties of CHA-based biosensing strategies for miRNA detection [START_REF] Zhang | A simple electrochemical biosensor for highly sensitive and specific detection of microRNA based on mismatched catalytic hairpin assembly[END_REF][START_REF] Li | An enzyme-free surface plasmon resonance biosensor for real-time detecting microRNA based on allosteric effect of mismatched catalytic hairpin assembly[END_REF][START_REF] Li | A novel surface plasmon resonance biosensor for enzyme-free and highly sensitive detection of microRNA based on multi component nucleic acid enzyme (MNAzyme)-mediated catalyzed hairpin assembly[END_REF].

CHA is a simple and nimble isothermal amplification method, which can be ascribed to its enzyme-free peculiarity. It avoids the disadvantages of enzymatic reactions, including particular reaction times and conditions to maintain the enzyme's activity. In addition, the cyclic utilization of the target miRNA during CHA procedure make designed biosensors achieve excellent sensitivity even in the low level of miRNA.

HCR.

As another enzyme-free isothermal amplification method, the basic mechanism of HCR was firstly reported by Pierce and Dirks in 2004 [START_REF] Dirks | Triggered amplification by hybridization chain reaction[END_REF]. As seen from Figure 2.3f, two species of hairpin DNA (H1, H2) are rationally designed, and one hairpin DNA (H1) comprises sequences complementary to the target miRNA and another hairpin DNA (H2).

Only in the presence of initiator target miRNA, the hairpin structure of H1 can be opened, and then hybridize with H2, forming a nicked long double-stranded DNA structure to amplify the signal readout.

HCR shows great potential in biosensor because it can bind thousands of auxiliary hairpin probes to amplify signal [START_REF] Chen | Recent advances in signal amplification strategy based on oligonucleotide and nanomaterials for microRNA detection-a review[END_REF]. What's more, the enzyme-free reaction eliminates the restrictions of enzyme-coupled methods. Nevertheless, deficiencies such as environmental sensitivity still need to be addressed for more extensive applications in clinical miRNA diagnostics.

Förster resonance energy transfer

Förster resonance energy transfer (FRET) is a well-established photophysical phenomenon, by which energy transfers from a donor molecule in excited state to an acceptor molecule in ground state over reasonable distances (typically 1-20 nm). Such energy transfer is a nonradiative process (without emission of photon) and is the result of dipole-dipole interactions between the donor and acceptor. If the donor-acceptor pair is correctly oriented and luminescence spectrum of the donor overlaps with the absorption spectrum of the acceptor, energy can be transferred leading to luminescence quenching of donor and emission from FRET-sensitized acceptor (when the acceptor is luminescent).

The discovery of the FRET phenomenon could be traced back to the beginning of the twentieth century [START_REF] Franck | The theory of Klein and Rosseland applied to fluorescence, photochemical processes and the electron emission from hot substances[END_REF][START_REF] Cario | The dissociation of hydrogen molecules by means of excited mercury atoms[END_REF]. Afterwards in 1927, Jean Perrin [START_REF] Perrin | Fluorescence and molecular Induction by resonance[END_REF] initially put forth a classical explanation of this phenomenon, and proposed the relationship between the dipole interactions and the transferred energy. Later in 1932, his son Francis Perrin [START_REF] Perrin | Interaction entre atomes normal et activé. Transferts d'activation. Formation d'une molécule activée[END_REF] developed a corresponding quantum mechanical theory based on Kallmann's and London's results [START_REF] Frenkel | Über quantenmechanische Energieübertragung zwischen atomaren Systemen[END_REF]. He recognized the influence of the spectral overlap between the emission spectrum of donors and the absorption spectrum of acceptors on energy transfer efficiency.

However, the relation between easily accessible spectroscopic data and theoretical equations was achieved by Theodor Förster [START_REF] Förster | Energiewanderung und Fluoreszenz[END_REF][START_REF] Schaefer | Ein Beitrag zur Theorie der Gitterinversion[END_REF][START_REF] Förster | Zwischenmolekulare Energiewanderung und Fluoreszenz[END_REF][START_REF] Förster | Experimentelle und theoretische Untersuchung des zwischenmolekularen Übergangs von Elektronenanregungsenergie[END_REF][START_REF] Mechanisms | Transfer Mechanisms of Electronic Excitation[END_REF]. By extending the Perrins' original ideas, he proposed a quantitative theory to describe the non-radiative energy transfer depending on the spectral overlap and the intermolecular distance that are still valid today thus enabling the possibility of many FRET applications in all kinds of natural sciences [START_REF] Clegg | The history of FRET : From conception through the labors of birth[END_REF]. To date, FRET has become an outstanding tool for the study of intermolecular interactions with many applications in biological technologies, sensing, and conformational studies.

The discussion below presents some basic knowledge of mechanisms in terms of FRET theory (Section 2.3.1) and FRET measurement techniques (Section 2.3.2) that are mainly extracted from reference [START_REF] Hildebrandt | How to Apply FRET: From Experimental Design to Data Analysis[END_REF], and a short review of FRET-based applications in miRNA biosensing (Section 2.3.3).

FRET theory

The basic principle of FRET can be described in the Jablonski diagram. As illustrated in Figure 2.5, the donor and acceptor possess several different electronic states, and the energy transfer only happens when they share the same electronic transition (red, green and purple line). It takes place from the state in which the donor is excited (D*) to a state in which the acceptor is excited (A*), where an electronic transition from a higher to a lower energy level in donor leads to an electronic transition from a lower to a higher energy level in acceptor. Thus the shared electronic transition, the spectral overlap between donor emission and acceptor absorbance in terms of spectroscopy, is an indispensable condition for FRET. In addition, due to the dipole-dipole interaction, the distance between donor and acceptor must be close but not too close. In fact, this dipole-dipole coupling should be dominant at the usually considered FRET distance range of approximately 1-20 nm, where orbital overlap-related mechanisms (for very short distances) and radiative mechanisms (for long distances) play minor roles [START_REF] Hildebrandt | How to Apply FRET: From Experimental Design to Data Analysis[END_REF]. The donor is excited (hv) from an electronic ground state (D) to an excited state (D*), then goes to an excited electronic ground state by inner relaxation (dotted arrow), then goes to ground state by radiative decay (kD), non-radiative decay (kD-NR) or FRET (kFRET). The FRET process from D* to A* occurs when they share the same electronic transition (the difference between the respective energy levels need to be equal, vertical dashed lines in red, green and purple color). After FRET, the acceptor is in an excited state (A*), followed by radiative decay (kA) or non-radiative decay (kA-NR) to its ground state (A). (Adapted with permission from reference [START_REF] Hildebrandt | How to Apply FRET: From Experimental Design to Data Analysis[END_REF]. Copyright 2013 The Wiley-VCH Verlag GmbH & Co. KGaA.)

The FRET rate (𝑘 𝐹𝑅𝐸𝑇 ) can be described as following Equation 2.1: is the donor emission spectrum normalized to unity and is given by Equation 2.4: (Adapted with permission from reference [START_REF] Shrestha | Understanding FRET as a Research Tool for Cellular Studies[END_REF]. Copyright 2015 MDPI.)

𝑘 𝐹𝑅𝐸𝑇 =
∫ 𝐼 𝐷 ̅ (𝜆) 𝑑𝜆 = 1 (2.4)
In addition, another important variable for FRET is the orientation factor κ 2 (in Equation 2.1 and Equation 2.2). Figure 2.7a describes the orientation of the donor and acceptor dipole moments within the basic concept of FRET. With the different angles between the transition dipole moments of donor (𝜇 ⃗ 𝐷 ) and acceptor (𝜇 ⃗ 𝐴 ) and the connection vector between them (𝑟 ⃗), κ 2 can be calculated as following Equation 2.5:

κ 2 = [𝜇̂𝐷 • 𝜇̂𝐴 -3(𝜇̂𝐷 • 𝑟)(𝜇̂𝐴 • 𝑟)] 2 = (cos 𝜃 𝐷𝐴 -3 cos 𝜃 𝐷 cos 𝜃 𝐴 ) 2 (2.5)
where 𝜇̂𝐷, 𝜇̂𝐴, and 𝑟̂ represent the unit vectors of 𝜇 ⃗ 𝐷 , 𝜇 ⃗ 𝐴 , and 𝑟 ⃗, respectively, 𝜃 𝐷𝐴 is the angle between the donor and acceptor transition dipole moments (𝜇 ⃗ 𝐷 and 𝜇 ⃗ 𝐴 ), 𝜃 𝐷 and 𝜃 𝐴 are the angles between the respective dipole moments and the donor-acceptor connection vector (𝜇 ⃗ 𝐷 and 𝑟 ⃗, 𝜇 ⃗ 𝐴 and 𝑟 ⃗).

According to the Equation 2.5, κ 2 can range from 0 to 4 depending on the relative orientation of donor and acceptor transition dipole moments. As illustrated in Figure 2.7b [START_REF] Shrestha | Understanding FRET as a Research Tool for Cellular Studies[END_REF], κ 2 can be 4 for head-to-tail parallel transition dipole moments, 1 for the parallel transition dipole moments, and κ 2 = 0 can occur for the perpendicular orientation. Often,

κ 2 = 2 3
⁄ is assumed to be a good approximation and is used for many practical FRET application [START_REF] Hildebrandt | How to Apply FRET: From Experimental Design to Data Analysis[END_REF]. When both donor and acceptor can take any possible orientation during the FRET time (1 𝑘 𝐹𝑅𝐸𝑇 ⁄ ), which means that the average rotation rate is much larger than the average FRET rate (𝑘 𝑟𝑜𝑡𝑎𝑡𝑖𝑜𝑛 ≫ 𝑘 𝐹𝑅𝐸𝑇 ), the system is in a dynamic averaging regime and κ 2 becomes 2 3 ⁄ . Even if one of the FRET pair shows average orientation and the other has a fixed orientation, then κ 2 can take values between 1 3 ⁄ and 4 3 ⁄ , for which 2 3 ⁄ is still a decent approximation.

Taking Equation 2.1 and Equation 2.2 allows to the relation between the FRET rate (𝑘 𝐹𝑅𝐸𝑇 ), the luminescence decay time of donor (𝜏 𝐷 ), and the donor-acceptor distance (𝑟).

As described in Equation 2.6, 𝑘 𝐹𝑅𝐸𝑇 is inverse sixth power distance dependent (𝑟 -6 ):

𝑘 𝐹𝑅𝐸𝑇 = 𝜏 𝐷 -1 ( 𝑅 0 𝑟 ) 6 (2.6)
Then the FRET efficiency (𝜂 𝐹𝑅𝐸𝑇 ) can be given by Equation 2.7:

𝜂 𝐹𝑅𝐸𝑇 = 𝑘 𝐹𝑅𝐸𝑇 𝑘 𝐹𝑅𝐸𝑇 +𝑘 𝐷 +𝑘 𝐷-𝑁𝑅 = 𝑘 𝐹𝑅𝐸𝑇 𝑘 𝐹𝑅𝐸𝑇 +𝜏 𝐷 -1 = 1 1+(𝑟 𝑅 0 ⁄ ) 6 = 𝑅 0 6 𝑅 0 6 +𝑟 6 (2.7)
As shown in Figure 2.8, due to the 𝑟 -6 distance dependency, FRET efficiency is mostly sensitive in the region of 0.5 𝑅 0 to 2.0 𝑅 0 (gray area). Beyond this range, FRET is either too efficient for shorter distances or negligible for longer distances. (iii) The orientation factor κ 2 : the donor emission dipole moment, the acceptor absorption dipole moment, and their separation vectors must be in favorable mutual orientation. κ 2 is usually assumed to be 2 3 ⁄ , which is the average value integrated over all possible angles for freely rotating attached-lumiphores.

FRET measurements

Although FRET itself is non-radiative, luminescence is always involved in FRET. In order to determine the FRET efficiency and FRET distance, emission changes of donor and acceptor (in case it is luminescent) must be measured. Luminescence can be measured by steady-state and time-resolved techniques, and time-resolved techniques can be divided into time-domain and frequency-domain methods. This section gives a short overview of these FRET measurement techniques in terms of luminescence spectroscopy.

Steady-state FRET measurements. Steady-state luminescence spectroscopy measures emission spectra (emission intensity of the luminophores as a function of wavelength over their entire time period of emission). It is achieved by exciting the luminophores at a fixed wavelength, and then scanning over the wavelength of their emission, which is then detected in selected wavelength intervals. In FRET experiments, steady-state measurement offers the advantage that both donor and acceptor can be measured at the same time within the same sample. Luminescence intensities (𝐼 𝐷 , 𝐼 𝐷𝐴 , 𝐼 𝐴 , 𝐼 𝐴𝐷 ,) can be extracted from the measured overall spectrum and used for the calculation of FRET efficiency and distance.

However, as the measured overall spectrum contains both donor and acceptor emissions, the spectral crosstalk between them should be taken into account. Moreover, autofluorescence from the sample medium, sample scattering and reabsorption (inner filter effects), and low signal-to-noise ratios are common sources of error that require an adequate correction.

Time-resolved FRET measurements. Time-resolved luminescence spectroscopy measures time-dependent luminescence intensity, which can be divided into time-domain method and frequency-domain method. Time-domain method uses a short excitation pulse of light, usually in the nanosecond range for lasers up to microsecond range for flash lamps.

The excitation pulse is ideally much shorter than the decay time of the sample. Frequencydomain method uses intensity-modulated excitation light, the emitted light will follow this modulation frequency with a time delay called phase shift or phase angle ( ϕ ). The modulation frequency is typically in the same range as the reciprocal of the luminescence decay time of the sample. Both methods can be used to determine luminescence decay times, In time-domain methods, the mathematical description of luminescence decay (with 𝑖 decay times) is the luminescence intensity as a function of time (Equation 2.9):

𝐼 = ∑ 𝐴 𝑖 𝑖 𝑒𝑥𝑝 (-𝑡 𝜏 𝑖 ⁄ ) (2.9)
where 𝐼 is the time-resolved luminescence intensity, 𝐴 𝑖 is the amplitude of a certain lifetime 𝜏 𝑖 . The lifetime can be determined by fitting the data into the assumed decay models. With the calculated lifetimes, FRET efficiencies and distances can be determined.

Steady-state measurement provides an average representation of the luminescence emission while time-resolved measurement shows dynamic information, which is particularly useful for biological molecule studies and cellular imaging (e.g., Fluorescence Lifetime Imaging Microscopy-FLIM) [START_REF] Lakowicz | Principles of fluorescence spectroscopy[END_REF]. In contrast with intensity based methods, fluorescence lifetime is independent of concentration, sample absorption and excitation intensity. Moreover, the utilization of donors with long decay times (e.g., lanthanide complexes) and acceptors (e.g., organic dyes) with short decay times (𝜏 𝐴 ≪ 𝜏 𝐷 ) allows the replacement of 𝜏 𝐷𝐴 by 𝜏 𝐴𝐷 in Equation 2.8, and both quenched donor emission and sensitized acceptor emission can be used for FRET analysis. Especially, the analysis with FRET-sensitized acceptor emission can get rid of the pure donor emission, and therefore decrease the background signal (non-FRET signal).

In this work, time-domain based time-resolved FRET measurements using lanthanide complexes (Section 2.4) as donors and fluorescent dyes (Section 2.5) and QDs (Section 2.6) as acceptors were mainly employed.

FRET application in miRNA detection

Due to the strong distance dependence in the biological interaction range (1-20 nm), FRET has been widely utilized as a "Spectroscopic Nano-Ruler" to monitor changes and interactions in biological systems, such as molecular interactions among proteins and nucleic acids, as well as their folding dynamics and conformational changes [START_REF] Sahoo | Förster resonance energy transfer -A spectroscopic nanoruler: Principle and applications[END_REF].

According to the aforementioned detection strategies in Section 2.2, FRET has been applied in miRNA detection as it is a common approach to facilitate "on/off" detection schemes, in which the FRET signal is "off" when the target is absence and "on" when the target is present (or vice versa). Strategies are usually based on the specific hybridization of complementary nucleic acids probes [START_REF] Didenko | DNA probes using fluorescence resonance energy transfer (FRET): Designs and applications[END_REF]. Molecular beacons (MBs) and binary probes (BPs) are two very common hybridization probes that are designed based on wellestablished photophysical principles to generate sequence-specific FRET signal in nucleic acids detection [START_REF] Guo | Fluorescent hybridization probes for nucleic acid detection[END_REF].

Standard MBs contain a single-stranded oligonucleotide with an acceptor and a donor attached at their opposite ends ( (Adapted with permission from reference [START_REF] Guo | Fluorescent hybridization probes for nucleic acid detection[END_REF]. Copyright 2011 Springer Nature.)

Lanthanides

Lanthanides comprise 15 metallic chemical elements with atomic numbers from 57 to 71 (La, Ce, Pr, Nd, Pm, Sm, Eu, Gd, Tb, Dy, Ho, Er, Tm, Yb, and Lu), that are known as the rare earth elements. It is difficult in obtaining a pure form of lanthanides due to the similarity in chemical properties, which can be explained by the electronic configuration of the atoms and their derived ions. The general electronic structure of the lanthanide elements is [Xe]4f 0-14 5d 0-1 6s 2 , where the 4f orbitals are gradually filled from La (0) to Lu ( 14) making them differ in the ability to absorb and emit light [START_REF] Binnemans | Lanthanide-based luminescent hybrid materials[END_REF]. Usually, lanthanides are dominated by the trivalent oxidation state (Ln 3+ ) and Ln 3+ ions in aqueous solutions are the most stable state with electronic configuration as [Xe]4f n [START_REF] Moore | From antenna to assay: lessons learned in lanthanide luminescence[END_REF]. Particularly, Ce 3+ can lose its single f electron to form Ce 4+ with the stable electronic configuration with an empty f orbital, and Eu 3+ can gain an electron to form Eu 2+ with the 4f 7 configuration that has the extra stability of a half-filled orbital. The 4f orbital is the factor that distinguishes lanthanides from other transition elements and has profound effect on lanthanides.

Most Ln 3+ ions are luminescent, which arises from the transitions involved in redistribution of electrons within 4f orbitals (f-f electronic transitions) and related to a rich variety of energy levels (Figure 2.11a) [START_REF] Bünzli | Taking advantage of luminescent lanthanide ions[END_REF]. The energies of these levels are well defined due to the sterically shielding of 4f orbitals from surrounding environment by the filled 5s 2 and 5p 6 sub-shells, resulting in almost no perturbations in these electronic transitions, and consequently appearing as several sharp and narrow emission bands specific for lanthanides [START_REF] Bünzli | Taking advantage of luminescent lanthanide ions[END_REF][START_REF] Hemmilä | Progress in lanthanides as luminescent probes[END_REF]. Among them, Tb 3+ and Eu 3+ have relative sizeable energy gap ( 5 D4 -7 FJ for Tb 3+ , 5 D0 -7 FJ for Eu 3+ ), and various emission wavelengths to emit green and red lights across a broad spectral range (> 100 nm) (Figure 2.11b), thus have been most widely used, especially for the development of valuable luminescent probes [START_REF] Heffern | Lanthanide probes for bioresponsive imaging[END_REF][START_REF] Bünzli | Luminescent lanthanide probes as diagnostic and therapeutic tools[END_REF]. To summarize, lanthanides possess easily recognizable and fascinating optical properties, allowing their application in various areas, such as construction of efficient light conversion devices [START_REF] Chau | Spectroscopic properties and design of highly luminescent lanthanide coordination complexes[END_REF][START_REF] Kido | Bright red lightemitting organic electroluminescent devices having a europium complex as an emitter[END_REF], biomedical analysis and imaging [START_REF] Bünzli | Lanthanide luminescence for biomedical analyses and imaging[END_REF], production of hybrid and multifunctional materials [START_REF] Binnemans | Lanthanide-based luminescent hybrid materials[END_REF][START_REF] Rocha | Luminescent multifunctional lanthanides-based metal-organic frameworks[END_REF], and many others. 

Luminescent lanthanide complexes

As mentioned, the unusual luminescence properties of lanthanides originate from f-f transitions. While according to the Laporte selection rule and sometimes due to the change in spin multiplicity, such transitions have quite low probabilities [START_REF] Moore | From antenna to assay: lessons learned in lanthanide luminescence[END_REF]. Consequently, Ln 3+ ions themselves display quite long lifetimes (ca. 400 𝜇s for Tb 3+ and ca. 120 𝜇s for Eu 3+ in aqueous) and very low molar absorption coefficients (𝜀 < 1 M -1 cm -1 ), which can be more than 10 4 -10 5 times lower than that of traditionally used organic fluorophores [START_REF] Zherdeva | Using lanthanide-based resonance energy transfer for in vitro and in vivo studies of biological processes[END_REF]. Unless utilizing a high-power laser, the direct excitation of Ln 3+ ions are very inefficient. However, the problem of weak light absorption is overcome after the development of a so-called "antenna effect" [START_REF] Weissman | Intramolecular energy transfer the fluorescence of complexes of Europium[END_REF]. As shown in Figure 2.12a, some organic chromophores with strong absorption can be coordinated with Ln 3+ ions to form luminescent lanthanide complexes (LLCs) as chelates or cryptates, that can be a light absorbing "antenna" to transfer absorbed energy to lanthanide ion, and also serve as a "cage" to protect central lanthanide ion from environmental luminescence quenching. As another consequence of the aforementioned shielding, the 4f orbitals are minimally involved in chemical bonding. Thus, the antenna ligands in the first and second coordination sphere perturb the electronic configurations of the trivalent lanthanide ions only to a very limited extent [START_REF] Binnemans | Lanthanide-based luminescent hybrid materials[END_REF], and the bonding is mainly electrostatic and nondirectional, which imparts great flexibility on LLCs in terms of coordination number and geometry [START_REF] Moore | From antenna to assay: lessons learned in lanthanide luminescence[END_REF]. In general, the LLCs in aqueous solutions exhibit coordination numbers from 8 to 10, that are able to saturate the central Ln 3+ coordination sphere to prevent luminescent quenching by surrounding water molecules.

The commonly accepted antenna effect mechanism is proposed by Crosby and Whan [START_REF] Crosby | Intramolecular energy transfer in rare earth chelates. Role of the triplet state[END_REF] and can be modelled using Jablonsky's diagram (Figure 2.12b). Briefly, upon excitation, ligand absorbs energy to its singlet excited state (S0 to S1), and then undergoes intersystem crossing to its triplet excited state (S1 to T1), which has long lifetime due to the spin restriction of the back transition into the ground states. Then intramolecular energy transfer occurs from the ligand to the Ln 3+ ion and populates the Ln 3+ ion excited state (T1 to (Ln 3+ )*), finally generating characteristic Ln 3+ luminescence from the lowest excited state to its ground state ( 5 DJ to 7 FJ). Given the short lifetimes of the S1 states for organic chromophores, energy transfer is usually assumed as proceeding from the long-lived T1 states, although singlet states and charge transfer can also play a role [START_REF] Andraud | Efficient sensitization process of europium, ytterbium and neodymium through charge-transfer excited state[END_REF][START_REF] Eliseeva | Lanthanide luminescence for functional materials and bio-sciences[END_REF]. Benefiting from specific "antenna effect", LLCs provide a considerable variety of advantages compared to other fluorophores [START_REF] Goryacheva | Lanthanide-to-quantum dot Förster resonance energy transfer (FRET): Application for immunoassay[END_REF]: In summary, LLCs exhibit bright luminescence, large "Stokes shift" (not an actual Stokes shift because ligand get excited and lanthanide ion emits), and long-lived luminescence lifetimes, which makes them versatile luminescent probes for a wide variety of bioanalytical assays [START_REF] Hemmilä | Progress in lanthanides as luminescent probes[END_REF][START_REF] Bünzli | Luminescent lanthanide probes as diagnostic and therapeutic tools[END_REF], especially ideal energy donors in time-resolved FRETbased applications [START_REF] Yuan | Lanthanide-based luminescence probes and time-resolved luminescence bioassays[END_REF].

(i)

Luminescent Tb complexes as FRET donors

LLCs are frequently utilized as FRET donors paired with different fluorophores as acceptors, which provides the capability for obtaining nanometric distance information and offers "on/off" signaling for quantitative analysis in biological processes [START_REF] Guo | Conformational Details of Quantum Dot-DNA Resolved by Förster Resonance Energy Transfer Lifetime Nanoruler[END_REF][START_REF] Sapsford | Materials for fluorescence resonance energy transfer analysis: Beyond traditional donor-acceptor combinations[END_REF]. In There are remarkable advantages distinguishing LTCs from other FRET donors [START_REF] Hildebrandt | Luminescent terbium complexes: Superior Förster resonance energy transfer donors for flexible and sensitive multiplexed biosensing[END_REF]: transmission filter, which is the so-called spectral crosstalk. Additional correction needs to be performed to achieve efficient multiplexing and an example of such crosstalk correction can be found in previous work of our group [START_REF] Jin | A Rapid, Amplification-Free, and Sensitive Diagnostic Assay for Single-Step Multiplexed Fluorescence Detection of MicroRNA[END_REF].

(i)
In addition to spectral multiplexing, temporal multiplexing can also be achievable if photobleaching and self-quenching [START_REF] Sapsford | Materials for fluorescence resonance energy transfer analysis: Beyond traditional donor-acceptor combinations[END_REF]. Cyanine dyes may alleviate some of these issues [START_REF] Sapsford | Materials for fluorescence resonance energy transfer analysis: Beyond traditional donor-acceptor combinations[END_REF]. As well-known biomolecular labels, they have been widely used for microarrays, FRET experiments, imaging, and many other analyses in the recent decades [START_REF] Nguyen | DNA microarray experiments: Biological and technological aspects[END_REF][START_REF] Schobel | New donor acceptor pair for fluorescent immunoassays by energy transfer[END_REF][START_REF] Bates | Multicolor super-resolution imaging with photo-switchable fluorescent probes[END_REF][START_REF] Waggoner | Fluorescent labels for proteomics and genomics[END_REF].

Typically, cyanine dye family denotes a dye system with a polymethine chain between two nitrogens (Figure 2.16b). These compounds are given common names according to the number of carbon atoms between the dihydroindole units (e.g. Cy3 and Cy5) [START_REF] Lavis | Bright ideas for chemical biology[END_REF]. A further elaboration of the structure enables to provide control over wavelength, and such structural modification is designated with a ".5" suffix (e.g. Cy3.5 and Cy5.5) [START_REF] Lavis | Bright ideas for chemical biology[END_REF]. In this thesis (in Section 3 and Section 4), Cy5.5 is used with a molar absorption coefficient of ca.

209,000 M -1 𝑐𝑚 -1 at 684 nm in aqueous solution. It can be conjugated to the biomolecules through -NHS functional group.

In general, fluorescent dyes have several advantages including commercial availability, cost-effectiveness, high quantum yields, and easy bioconjugation (via -NHS ester, maleimide, hydrazide, or amine functional groups), and have been extensively used in FRET applications [START_REF] Ueno | Fluorescent probes for sensing and imaging[END_REF]. Most importantly, there are widespread description of their FRET properties in the literatures, demonstrating their accessibility to suitable design and flexible utilization as FRET pair (donor and/or acceptor). 

Fluorescent dyes in FRET applications

Fluorescent dyes are considered as "traditional" FRET dyes that represent the majority donors or/and acceptors used in FRET applications. There are various resources available to aid in choosing suitable dyes in FRET pairs, such as "The Molecular Probes Handbook"

written by Johnson and Spence [START_REF] Wiederschain | The Molecular Probes handbook. A guide to fluorescent probes and labeling technologies[END_REF], some web-based Fluorescent Spectraviewer programs (Thermo Fisher, Bio-Rad, ZEISS, and etc.), and many other reviews [START_REF] Wu | Resonance energy transfer: Methods and applications[END_REF][START_REF] De Lorimier | Construction of a fluorescent biosensor family[END_REF][START_REF] Buschmann | Spectroscopic study and evaluation of red-absorbing fluorescent dyes[END_REF].

Traditional dye-to-dye FRET system still occupy many current applications. It has tremendous impact on biomedical research, specifically in the areas of nucleic acid analysis.

In nucleic acid biosensing, the probes are labeled with appropriate dyes to generate the target-specific FRET signal through undergoing a target-induced conformation change (e.g. Despite the wide utilization, there are inherent drawbacks of fluorescent dyes-based FRET applications. Their broad absorption/emission profiles and small Stokes shifts often lead to direct excitation of the acceptor, which complicates subsequent analysis. Especially for the spectral multiplexing, when using different dyes, the spectral crosstalk due to their broad emission spectra increases the complexity and requires an additional optical correction.

Lifetime multiplexing can sufficiently overcome these limitations as described in the previous section. In this thesis, the lifetime multiplexing for simultaneous detection of miRNAs is realized based on LTCs-to-Cy5.5 FRET and details are shown in Section 4.

Quantum dots

Quantum dots (QDs) are semiconductor nanocrystals that are typically composed of group II-VI (e.g. CdS, CdSe, CdTe, ZnS, and etc.) or III-V (e.g. GaAs, GaN, InAs, and etc.)

elements, or their alloys (e.g. CdSeS, InGaN, InGaAs, and etc.) with small sizes range from 1 to 10 nm [START_REF] Alivisatos | Semiconductor Clusters, Quantum Nanocrystals , and Quantum dots[END_REF]. They provide unique and excellent photophysical properties that are superior to traditional organic fluorophores. Besides, good biocompatible QDs can be functionalized and bioconjugated with small biomolecules including nucleic acids, peptides, and proteins, which enables recognition of biomarkers, targeting cells/tissues, and delivery of drugs. As a consequence of these properties, QDs are frequently used in a large variety of bioanalytical investigations.

Photophysical properties

QDs are crystalline materials with facets and a lattice structure analogous to the bulk semiconductor materials, and possess electronic properties that are in intermediate regime between bulk semiconductors and molecules [START_REF] Petryayeva | Quantum dots in bioanalysis: A review of applications across various platforms for fluorescence spectroscopy and imaging[END_REF][START_REF] Orth | Quantum Dots: A Primer[END_REF]. The electronic structure of bulk semiconductor is characterized by a lower energy valence band (VB) that is occupied by electrons, and a higher energy conduction band (CB) that is empty. Upon excitation, an electron is promoted from the VB to CB leaving a positive hole in VB. The interaction between the electron and the hole creates an exciton, and the distance between electronhole pair is referred to as the exciton Bohr radius. Typically, the VB and CB are separated by a band gap depending on the semiconductor materials, and can be regarded as continuous energy levels due to the large density of electronic states. While when the size of semiconductor material becomes smaller and close to the exciton Bohr radius, the density of electronics states is not sufficient to form complete band structures, and thus discrete energy levels exist at the band edges. The energy levels become more separated as the size become smaller, and consequently the energy band gap becomes larger (Figure 2

.17a).

This phenomenon is known as quantum confinement, and most unique properties of QDs originated from the quantum confinement effect. The difference in energy between the VB and CB is conserved in the form of emitted photons, and therefore this band gap dictates the energy (wavelength) of the light emitted from the QDs. As the QD energy band gap is directly related to its diameter, QDs comprising the same semiconductor material can be tuned to emit different wavelengths by simply changing their size (Figure 2.17b). (Adapted with permission from reference [START_REF] Algar | Semiconductor quantum dots in bioanalysis: Crossing the valley of death[END_REF]. Copyright 2011 American Chemical Society.)

In summary, QDs have extraordinary photophysical properties that make them excellent fluorophores in biosensing applications [START_REF] Resch-Genger | Quantum dots versus organic dyes as fluorescent labels[END_REF][START_REF] Chern | Sensing with photoluminescent semiconductor quantum dots[END_REF]:

(i) Narrow, symmetric, and size-dependent photoluminescence (PL) spectra continuously across a broad range from the ultraviolet to near-infrared, making them ideal for spectral multiplexing strategies.

(ii) Broad and continuous absorption profiles allow free selection of excitation wavelength.

(iii) High brightness due to high quantum yields and large absorption cross-sections.

(iv) High photostability making them resistant to photobleaching and chemical degradation.

(v) Large Stokes shifts compared to organic dyes that efficiently separates excitation and emission lights.

(vi) Relatively large nanoparticle surface for a variety of functionalization schemes.

QDs in FRET applications

QDs display unique optical features and their nanoparticle properties make them superior FRET partners that can serve as both donor and acceptor. As the FRET efficiency is highly dependent on the donor and acceptor distance, QDs are frequently functionalized and bioconjugated with small ligands or small-sized biomolecules to create stable QDs, as well as the formation of the resulting QD bioconjugates. The FRET-sensitized QD emission signal upon target recognition through biological binding event and/or conformational change can be easily measured, and thus enables sensitive and specific detection of various biomolecules of interest, such as nucleic acids, proteins, enzymes, or other biomolecules.

QDs are most frequently used as FRET donors that benefits from several advantages. The extremely high extinction coefficients as well as broad absorption wavelength range enable the efficient and selective excitation of QD donors. The size-tunable PL spectra enable to adjust appropriate spectral overlap with various acceptors. The narrow and symmetric emission spectra reduce the opportunity of donor emission leakage into the acceptor detection channel, which favors multiplexing applications. Besides, the large surface area of QDs provide more possibility to attach many acceptors onto the surface.

For nucleic acids detection, in addition to FRET donors, QDs also act as interfaces for the immobilization of oligonucleotide probes. A hybridization event is usually used to bring the acceptor in close proximity to the donor QD via several strategies, such as MBs, BPs, intercalating dye, and displacement hybridization format (Figure 2.18). The basic principle of MBs and BPs was described before. Ma et al. developed a novel two-dimensional dualmodal MB for mRNA-activated cancer theranostics by constructing MB with a QD as donor, a photosensitizer (chlorin e6) and a dark quencher (BHQ3) as acceptors (Figure 2.18a) [START_REF] Wu | A two-dimensional molecular beacon for mRNA-activated intelligent cancer theranostics[END_REF]. This method overcomes the disadvantages of traditional MB, and provides high imaging sensitivity and therapeutic efficacy. Based on BPs strategy, Zhang et al.

integrated an isothermal amplification method (HRCA) into QD-based FRET sensors and realized simultaneous detection for two miRNAs with high sensitivity (Figure 2.18b) [START_REF] Hu | Integration of isothermal amplification with quantum dot-based fluorescence resonance energy transfer for simultaneous detection of multiple microRNAs[END_REF].

In the strategy based on intercalating dye, target oligonucleotide is directly hybridized with 50 QD-oligonucleotide conjugates, generating FRET signal between QD and intercalating dye.

Krull et al. constructed a paper-based platform using QD-DNA probes and intercalating dye for the detection of gene sequence that are associated with spinal muscular atrophy (Figure 2.18c) [START_REF] Shahmuradyan | Paper-based platform for detection by hybridization using intrinsically labeled fluorescent oligonucleotide probes on quantum dots[END_REF]. In strand displacement strategy, an initial FRET-on format generated by hybridizing QD-oligonucleotide conjugates with dye-labeled oligonucleotides is ultimately switched to FRET-off format in the presence of the target nucleic acid which displaced the dye labeled DNA probe (Figure 2.18d) [START_REF] Huang | A simple QD-FRET bioprobe for sensitive and specific detection of hepatitis B virus DNA[END_REF]. A target recycling miRNA detection assay combined with isothermal amplification method (DSNSA) is performed based on this strategy with the help of a duplex-specific nuclease [START_REF] Wang | Duplex-Specific Nuclease-Amplified Detection of MicroRNA Using Compact Quantum Dot -DNA Conjugates[END_REF]. The proposed method is highly sensitive with the limit of detection as 42 fM (1.2 amol) for miR-148, and

shows excellent selectivity versus mismatched sequences and other miRNAs. of the FRET-sensitized acceptor and FRET-quenched donor) to quantify the analytes of interest [START_REF] Hildebrandt | Quantum dots as efficient energy acceptors in a time-resolved fluoroimmunoassay[END_REF]. In our recent studies, multiplexed detection of several clinically relevant advantage of QDs in QD-to-QD FRET sensing is their high photostability compared to organic dyes or fluorescent proteins, making QDs uniquely suitable for longitudinal studies, where measurements or images are taken repeatedly over extended periods of time. They are good candidates for device-on-a-chip applications and for sensors designed to be utilized outside of the laboratory setting. In addition, the extraordinary brightness of QDs yields considerable fluorescence output with relatively fewer emitters and potentially decreases the limit of detection in sensing applications. However, QD-to-QD FRET is challenging due to the broad, overlapping excitation spectra from the two nanocrystals, precluding the selective excitation of the donor. This induces crosstalk and creates a large background signal, which is a major challenge in QD-to-QD FRET sensor design.

Advanced miRNA diagnostics using RCA-amplified Tb-to-dye FRET

Introduction

MiRNA-based diagnostics has the potential to play a pivotal role for the prognosis, diagnosis, management, and monitoring of diseases because varying expression levels can be detected in most solid (cells, tissues) and liquid (blood, urine, saliva) clinical samples [START_REF] Gustafson | microRNA-guided diagnostics in clinical samples[END_REF][START_REF] Kappel | MiRNA assays in the clinical laboratory: Workflow, detection technologies and automation aspects[END_REF][START_REF] Witwer | Circulating MicroRNA biomarker studies: Pitfalls and potential solutions[END_REF]. Among the standard miRNA detection methods, such as RT-qPCR, NGS, or microarrays, RT-qPCR is arguably the most suited technology for routine and simple use.

However, the necessity of reverse transcription and multiple primers, the sensitivity to contamination generated by RNA extraction, and the rather extensive guidelines for obtaining reliable results with qPCR present serious drawbacks for simple and reliable analysis [START_REF] Bustin | The MIQE guidelines: Minimum information for publication of quantitative real-time PCR experiments[END_REF]. In addition, the large majority of clinical studies that have related different miRNAs in solid (tissues) and liquid (blood) biopsies to various cancers, diabetes, sepsis, infectious and cardiac diseases, have used relative concentrations because the absolute quantitation is impossible with NGS and too imprecise with RT-qPCR [START_REF] Verma | Circulating microRNAs: Potential and emerging biomarkers for diagnosis of human infectious diseases[END_REF][START_REF] Zhang | microRNA: Emerging biomarkers in human disease and profiling challenges[END_REF]. Selective, sensitive, and precise absolute quantitation is one of the most important aspects for translating the use of miRNA biomarkers to the clinic.

Many emerging technologies have been developed over the recent years that can overcome the technical limitations of the standard technologies, and the most frequently applied strategies are fluorescent-based detection and isothermal amplification with optical readout [START_REF] Qiu | Rapid and Multiplexed MicroRNA Diagnostic Assay Using Quantum Dot-Based Förster Resonance Energy Transfer[END_REF][START_REF] Shah | Locking-to-unlocking system is an efficient strategy to design DNA/silver nanoclusters (AgNCs) probe for human miRNAs[END_REF][START_REF] Xu | Ultrasensitive and Multiple Disease-Related MicroRNA Detection Based on Tetrahedral DNA Nanostructures and Duplex-Specific Nuclease-Assisted Signal Amplification[END_REF][START_REF] Hong | Fluorometric Detection of MicroRNA Using Isothermal Gene Amplification and Graphene Oxide[END_REF][START_REF] Zhao | Isothermal Amplification of Nucleic Acids[END_REF]. Isothermal amplification method provides detection of a nucleic acid target sequence in a streamlined or exponential manner, and is not limited by the constraint of thermal cycling, which has been a robust, reproducible, and simple amplification strategy.

As one common used isothermal amplification, target-primed RCA generates long ssDNA with a tandem sequence, where target can be amplified 10,000-fold in a few hours. An increasing number of RCA combined with different luminescence readout strategies has been developed for specific and sensitive detection of miRNAs [START_REF] Zhou | A dumbbell probe-mediated rolling circle amplification strategy for highly sensitive microRNA detection[END_REF][START_REF] Cheng | Highly Sensitive Determination of microRNA Using Target-Primed and Branched Rolling-Circle Amplification[END_REF][START_REF] Chen | In Situ Electrochemical Generation of Electrochemiluminescent Silver Naonoclusters on Target-Cycling Synchronized Rolling Circle Amplification Platform for MicroRNA Detection[END_REF][START_REF] Jiang | G-quadruplex fluorescent probe-mediated real-time rolling circle amplification strategy for highly sensitive microRNA detection[END_REF][START_REF] Wu | Highly specific quantification of microRNA by coupling probe-rolling circle amplification and Förster resonance energy transfer[END_REF][START_REF] Zhang | Chemiluminescence detection of DNA/microRNA based on cation-exchange of CuS nanoparticles and rolling circle amplification[END_REF].

However, few proposed technologies have been translated into routine clinical practice due to the missing proofs for relevant clinical application. Highly important requirements for a new technology to become a useful miRNA detection method, and to advance miRNAbased diagnostics and translational research are not only sensitivity and specificity but also the capability to be applicable to different types of clinical samples and to obtain useful clinical information from those samples.

To advance this translational research endeavor, this work integrated the ratiometric and single-step detection format of time-gated FRET (TG-FRET) from a Tb donor to a Cy5.5

acceptor in target-primed RCA (Figure 3.1). In contrast to many other emerging technologies, the proposed method can not only detect very low amounts of miRNAs, but also provides extremely high specificity against precursor miRNA (pre-miRNA) and miRNAs with single nucleotide variations. We also demonstrated the immediate practical applicability by precise quantification of endogenous miRNAs from various types of clinical samples and for different pathologies, namely miR-21 from human plasma and tissue related to ovarian and breast cancer [START_REF] Chan | The inhibition of miR-21 promotes apoptosis and chemosensitivity in ovarian cancer[END_REF][START_REF] Zhang | MiR-21: A gene of dual regulation in breast cancer[END_REF], miR-132 and miR-146a from in vitro cultured acute monocytic leukemia cells (THP-1) related to innate immune responses [START_REF] Taganov | NF-κB-dependent induction of microRNA miR-146, an inhibitor targeted to signaling proteins of innate immune responses[END_REF].

At the low miRNA concentrations required for clinical diagnostics, amplified TG-FRET provided both better specificity (distinction of single-nucleotide variations at varying positions within the target) and higher precision (smaller distribution of concentrations and better distinction between healthy and pathological samples) than the gold standard method RT-qPCR. PL and FRET-quenched Tb PL within a specific time-window after pulsed excitation (to suppress autofluorescence), is used to quantify the miRNA target in a 140 µl microwell within 5 seconds.

Materials and methods

Nucleic acid probes and exogenous targets

All sequences and modifications of nucleic acids are summarized in 26,000 M -1 𝑐𝑚 -1 as provided by the manufacturer. DNA was quantified by absorbance measurements at ca. 260 nm. Conjugation ratios were determined by linear combination of the respective absorbance values of Tb and oligo within the Tb-oligo conjugates and were in all cases higher than 0.9 Tb/DNA. GAT GCC GAA TTT TTC AAG AG 5'-Cy5.5

Photophysical analysis

Absorption spectra (Lambda 35 UV/Vis System, PerkinElmer) and emission spectra (FluoTime 300, PicoQuant) were recorded in HEPES buffer (100 mM, pH 7.4) and deionized water (purifiedby Purelab Option-Q equipped with bio-filter, ELGA LabWater)

for Tb and Cy5.5 samples, respectively. All spectra are shown in Figure 3.2.

Förster distance (the donor-acceptor distance for which FRET is 50 % efficient) was 𝑅 0 = 5.8 ± 0.2 nm and calculated using the Equation 3.1:

𝑅 0 = 0.02108(κ 2 Փ 𝐷 𝑛 -4 𝐽(𝜆)) 

Statistical analysis

For statistical analysis and the estimation of LODs, all samples were prepared 3 times and measured in triplicates (𝑛 = 9) apart from the zero-concentration samples (without miRNA targets), which were prepared 10 times and measured in triplicates (𝑛 = 30). For specificity tests, all samples were prepared and measured once. For real sample detections, all samples were prepared in duplicate and measured once (𝑛 = 2). All RT-qPCR measurements were performed in duplicate and measured once (𝑛 = 2).

Amplified TG-FRET miRNA assays

In a typical assay, 1. 

Results and discussion

Sensitivity and dynamic range

To quantify miRNA, amplified TG-FRET technology applies time-gated (0.1-0.9 ms after pulsed excitation) ratiometric PL intensity (FRET-ratio) detection (Figure 3.1B) of Cy5.5 acceptors and Lumi4-Tb (Tb) donors (cf. 3.1 for complementary sequences between the padlock and the Tb and dye probes). This distance would correspond to ca. 7 nm when using 0.34 nm per base pair and 0.4 ± 0.1 nm for both Tb and Cy5.5 and was shown to be in excellent agreement with time-resolved FRET measurements on dsDNA [START_REF] Qiu | Multiplexed Nucleic Acid Hybridization Assays Using Single-FRET-Pair Distance-Tuning[END_REF]. When comparing the PL decays of the Tb-Cy5.5 FRET pair inside the RCP and inside dsDNA (Figure 3.3), the average FRET-sensitized PL lifetime is significantly shorter for the RCP FRET-pair (0.4 ms vs. 2 ms), which means that the average FRET efficiency is higher (0.86 vs. 0.28). This difference can be explained by the folded (coiled) structure of the RCP and a concomitant closer donor-acceptor distance and/or the interaction of one donor with several acceptors, both of which lead to higher FRET efficiencies. Despite the different behavior of the Tbdye FRET pair in a folded RCP concatemer, donor-acceptor distance adjustment (different number of base pairs between Tb and dye) can still be used to produce distinct PL decays that are applicable for multiplexed nucleic acid detection [START_REF] Qiu | Three-Dimensional FRET Multiplexing for DNA Quantification with Attomolar Detection Limits[END_REF]. Another practical reason of the non-overlapping sequences for miRNA targets and fluorescent probes was the usability of the same Tb-donor and dye-acceptor probes for different miRNA targets (see color code in Table 3.1). Taking into account the many different miRNAs that have been related to various cancers, this versatile padlock design is an important advantage for diagnostic applications. bases on the 30 end) can still be reverse transcribed and amplified by RT-qPCR albeit with much lower efficiency compared to miR-21. For TG-FRET, it is very likely that the miR-21 sequence inside pre-miR-21 will be specifically hybridized by the padlock DNA.

Specificity and comparison to RT-qPCR

However, the two 3' and 5' overhangs prevent amplification by the phi29 polymerase.

Although it was shown that phi29 polymerase can provide 3' to 5' RNA exonucleolytic activity, the efficiency was ~10-fold lower than for DNA [START_REF] Lagunavicius | Duality of polynucleotide substrates for Phi29 DNA polymerase: 3'→5' RNase activity of the enzyme[END_REF]. We therefore assume that, under our experimental conditions, the additional 43 bases on the 3' end cannot be hydrolyzed efficiently enough to initiate RCA. Concerning the single-nucleotide variations of miR-21, only miR-2117 (U→A) at concentrations higher than 6 pM led to a significant miR-21 signal for TG-FRET (green curve in 

MiRNA detection in human plasma, tissue, and cells

To demonstrate immediate applicability of amplified TG-FRET to biologically relevant samples and research (Figure 3.6), we quantified hsa-miR-21 in 26 plasma samples related to ovarian cancer (13 samples from ovarian cancer patients and 13 samples from healthy individuals), hsa-miR-21 in 10 tissue samples related to breast cancer (4 healthy tissues and 6 primary tumor tissues), and hsa-miR-132 and hsa-miR-146a in lysate samples from 0.25 × 10 6 and 3 × 10 6 THP-1 cells stimulated with lipopolysaccharide (LPS) for 0 h or 24 h.

For comparison, all samples were also quantified with TaqMan RT-qPCR. To demonstrate successful application of amplified TG-FRET beyond cancer diagnostics and for a third sample type, quantification of two other endogenous miRNAs (hsa-miR-132

and hsa-miR-146a) was performed in total-RNA extracts from LPS-stimulated THP-1 cells (Figure 3.9). LPS stimulation resulted in a significant increase in miR-132 concentrations for both smaller (250,000 cells) and larger (3 × 10 6 cells) amounts of cells. The higher amount of cells allowed us to produce more total-RNA but at approximately equal concentrations (cf. Table 3.2). Similar to plasma and tissue measurements, concentration values were (2.4 ± 1.1)-fold higher for RT-qPCR compared to TG-FRET. These higher concentration values in all three types of clinical samples suggest that the positive concentration offset of RT-qPCR (cf. FRET and RT-qPCR, respectively. The larger amount of cells was used for the quantification of miR-146a. Concentration values were 14-fold lower (no stimulation) and 1.5-fold higher (24 h stimulation) for RT-qPCR, and this time the relative increases due to LPS stimulation were 18-fold and 395-fold for TG-FRET and RT-qPCR, respectively. TG-FRET showed better agreement with a previous study, which reported that both miR-132 and miR-146a showed equivalent elevation and that the one of miR-146a was circa 8-fold (normalized to 5S RNA) [START_REF] Taganov | NF-κB-dependent induction of microRNA miR-146, an inhibitor targeted to signaling proteins of innate immune responses[END_REF]. Again, we used only few samples to demonstrate quantification of miRNAs in cells and though the results were more consistent for TG-FRET, a larger study would be necessary to confirm its better performance. However, similar to the tissue samples, we could clearly show (and verify by RT-qPCR) that TG-FRET can efficiently distinguish LPS-stimulated from non-stimulated cells and that this new technology has the potential to become a useful tool for cell-based miRNA diagnostics. 

Conclusion

In The ability to quantify different miRNAs from various types of clinically relevant samples, to obtain significant pathological information from these measurements, the advantages in simplicity and precision compared to RT-qPCR, and the adaptability of the isothermal and washing-free procedure to life-cell imaging, will make TG-FRET a very useful tool (in combination with other technologies or as stand-alone method) for advancing miRNAbased diagnostics and research. Moreover, amplified TG-FRET has the potential to create significant impact for the translation of miRNA biomarkers into the clinic.

Multiplexed miRNA diagnostics using CHA-amplified Tb-to-dye FRET

Introduction

In the previous chapter, we have shown a precise, sensitive, and specific miRNAs assay based on RCA-amplified Tb-to-dye TG-FRET. The absolute quantification of miRNAs from human clinical samples not only revealed the relevance for breast and ovarian cancer diagnostics, but also demonstrated the broad applicability to different miRNAs and other types of clinical samples. The importance of specific disease signatures that are composed of several different miRNA biomarkers have dramatically increased the demand for the simultaneous measurement of multiple targets in a single sample, so-called multiplexed biosensing [START_REF] Bracken | A network-biology perspective of microRNA function and dysfunction in cancer[END_REF][START_REF] Fan | Optical Multiplexed Bioassays for Improved Biomedical Diagnostics[END_REF]. Additionally, more efficient clinical diagnostics and personalized therapies require multiplexing technologies ranging from point-of-care testing to highthroughput screening [START_REF] Guest | The emergence of point-of-care blood-based biomarker testing for psychiatric disorders: Enabling personalized medicine[END_REF][START_REF] Kaufmann | A perspective analysis: Companion diagnostics: An evolving paradigm in 21st century healthcare[END_REF][START_REF] Duncan | Advances in multiplex nucleic acid diagnostics for blood-borne pathogens: Promises and pitfalls[END_REF]. The large choice of commercially available fluorophores with different photochemical and photophysical properties has become an important source for the development of multiplexed PL detection [START_REF] Hötzer | Fluorescence in nanobiotechnology: Sophisticated fluorophores for novel applications[END_REF]. The implementation of FRET between two fluorophores into PL detection can combine the benefits of biological recognition and multiplexing for molecular diagnostics [START_REF] Qiu | A clinical role for Förster resonance energy transfer in molecular diagnostics of disease[END_REF]. While most PL multiplexing approaches are based on spectral (or color) encoding with different fluorophores, which require distinct detection channels and excitation wavelengths. Taking the extremely long PL lifetime and multiplexing capabilities of LTCs, temporal encoding with one single FRET pair can be efficiently exploited.

In contrast to RCA, another commonly used isothermal amplification strategy, CHA, is enzyme-free and therefore avoids the drawbacks of enzymatic reactions, including particular reaction times and conditions to maintain the enzyme's activity. Our group demonstrated an enzyme-free HCR for temporally multiplexed miRNA quantification in a previous study, but the proposed HCR-TG-FRET approach has not been capable of detecting miRNAs in clinical samples [START_REF] Guo | Simple, Amplified, and Multiplexed Detection of MicroRNAs Using Time-Gated FRET and Hybridization Chain Reaction[END_REF]. Thus, the implementation of single FRET-pair temporal multiplexing into other enzyme-free amplification techniques and the analytical validation of its sensing performance on clinical samples are two challenges, which have the potential to further advance rapid and multiplexed miRNA diagnostics.

This work is to achieve multiplexed miRNA diagnostics based on Tb-to-dye TG-FRET and enzyme-free CHA amplification strategy with simplicity, rapidity, sensitivity, and multiplexing at the same time. By using specifically designed hairpin probes that located a single Tb-to-dye FRET pair at different donor-acceptor distances, the sensitive quantification of miR-21 and miR-20a at picomolar concentrations is realized. The CHA-TG-FRET approach displayed excellent performance in the simultaneous detection of miRNAs from human tissue samples, which was verified by parallel measurement with the standard method RT-qPCR. Being capable of multiplexed quantification of miRNAs from clinical samples, CHA-TG-FRET presents an interesting and complementary sensing approach for rapid miRNA-based clinical diagnostics and biomolecular research.

Materials and methods

Nucleic acid probes and exogenous targets

All sequences and modifications of nucleic acids are summarized in Table 4 

Optical spectroscopy

Absorption spectra (Lambda 35 UV/Vis System, PerkinElmer) and emission spectra (Xenius, SAFAS) were recorded in HEPES buffer (100 mM, pH 7.4) and deionized water (purified by Purelab Option-Q equipped with bio-filter, ELGA LabWater) for Tb and Cy5.5 samples, respectively.

TG-FRET miRNA assays

Before use, both H1 and H2 for each target were denatured at 90 °C for 5 min and then cooled down (2 °C/min) to room temperature (25 °C) to form complete hairpin structures.

All FRET assays were prepared in TNaK Buffer (40 mM Tris-HCl, 280 mM NaCl, 10 mM KCl, 0.02% BSA, pH 7.5). These buffer conditions were optimized for obtaining high [

Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 1 Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 2 ] = [ 𝑐(miR-21) 𝑐(miR-20a) ] × [ 𝑧 𝑚𝑖𝑅-21 𝑇𝐺 1 𝑧 𝑚𝑖𝑅-20𝑎 𝑇𝐺 1 𝑧 𝑚𝑖𝑅-21 𝑇𝐺 2 𝑧 𝑚𝑖𝑅-20𝑎 𝑇𝐺 2 ] (4.2)

RNA extraction

Tissue material was obtained with informed consent at the Medical University of Graz and the St. John of God Hospital Graz under approval from the ethics committee of the Medical University of Graz and the ethics committee of the ST. John of God Hospital Graz. Total RNA was isolated from snap-frozen human colon or rectum tissue samples using Trizol Reagent (Life Technologies), followed by extraction with phenaol-chloroform. Total RNA concentrations and available volumes of all samples are given in constructed with the use of synthetic (exogenous) miRNAs with known concentrations using the same procedure as mentioned above.

Statistical analysis

For statistical analysis and the estimation of LODs, all samples were prepared 3 times and measured in triplicates (𝑛 = 9). The zero concentration samples (without target miRNAs)

were prepared 10 times and measured in triplicates (𝑛 = 30). Samples of multiplexed assays with varying target concentrations were prepared in duplicate and measured once (𝑛 = 2). For real sample detections, all samples were prepared in duplicate and measured once (𝑛 = 2). All RT-qPCR measurements were performed in duplicate and measured once (𝑛 = 2).

Calculation of FRET parameters

Förster distance (the donor-acceptor distance for which FRET is 50 % efficient) for the Tbto-Cy5.5 FRET pair (𝑅 0 = 5.8 ± 0.2 nm) was calculated using Equation 3.1 (vide supra).

The orientation factor κ 2 was taken as 2 3 ⁄ because of random orientation of donor and acceptor during the FRET time (dynamic averaging), which is well justified by the long PL lifetime of the Tb donors and the unpolarized emission (fast isotropic rotation). The refractive index was 𝑛 = 1.35 (aqueous buffer solution). The Tb-centered quantum yield was Փ 𝐷 = 0.80 ± 0.05. The overlap integral 𝐽 was calculated by Equation 3.2 (vide supra), where 𝐼 𝐷 ̅ (𝜆) is the emission intensity from the area-normalized (to unity) emission spectrum of Tb donor and 𝜀 𝐴 (𝜆) is the molar absorptivity of the acceptor.

Results and discussion

Principle of CHA-TG-FRET miRNA assays

As shown in Figure 4.1, two hairpin probes (H1 and H2) for each miRNA target (miR-21 and miR-20a) were carefully designed to efficiently follow the target-mediated CHA process. H1 and H2 can hybridize to form a H1:H2 duplex, since H1 contains a DNA segment that is complementary to a segment of hairpin H2. However, the spontaneous hybridization of the two hairpins is kinetically hindered by occluding complementary regions within the intramolecular hairpin secondary structures. A segment (1*) of the target miRNA serves as a toehold to initiate hybridization with the complementary segment (1) of H1 followed by branch migration, which opens hairpin H1 and forms a miRNA:H1 intermediate. In this intermediate, a segment (3*) of H1 is no longer occluded and can bind to the complementary segment (3) of H2, again initiating a branch migration reaction to form a miRNA:H1:H2 complex. This complex is inherently unstable and target miRNA dissociates from the H1:H2 complex, which completes the reaction and results in a partly double-stranded H1:H2 complex and a recycled target miRNA. Thus, a single miRNA target can act as a catalyst to trigger many cycles of CHA and produce many copies of dsDNA H1:H2 complexes. To quantify miRNA-dependent CHA, the 3' ends of H2 probes (for both target miRNAs) were labeled with a Tb FRET-donor, whereas a Cy5. 

Single miRNA assay performance

To evaluate the versatility and sensitivity of CHA-TG-FRET, we first tested the single sensor performance for the two prototypical miRNAs miR-21 and miR-20a, which were found to be upregulated in different cancers (miRCancer database reports 248 and 50 cancer-related upregulations for hsa-miR-21 and hsa-miR-20a, respectively) [228,[START_REF] Mandelkern | The dimensions of DNA in solution[END_REF].

For both targets, we used a TG detection window with width of 𝑥 = 0.8 ms and a delay of 𝑦 = 0.1 ms after the excitation pulse. Each ratiometric measurement (Cy5.5 and Tb TG PL intensities) on the KRYPTOR immunofluorescence plate reader took only a few seconds.

Target selectivity was firstly tested by measuring the FRET-ratios of the miR-20a sensor in the presence of 0 to 400 pM miR-20b, which has only two mismatched nucleotides compared to miR-20a (cf. Table 4.1). No significant increase of the FRET-ratio was found over the entire concentration range of miR-20b (Figure 4.2), which showed the excellent specificity of the CHA-TG-FRET probe for its related target. 

Single FRET-pair multiplexing

The 4.3) and 5.1  0.2 nm (Table 4.4). These longer distances are reasonable when taking into account the linkers (C6 for Cy5.5 and C3

for Tbcf. Table 4.1) between the fluorophores and the DNA labeling position as well as the additional linker in Tb [START_REF] Guo | Conformational Details of Quantum Dot-DNA Resolved by Förster Resonance Energy Transfer Lifetime Nanoruler[END_REF]. It also shows that an actual measurement (using the FRET pair as molecular ruler) is better than a simple estimation based on the number of base pairs.

While the actual distances were of minor importance for the miRNA sensors, the differences in amplitude averaged PL decay times (~400 µs for the miR-21 FRET-probe and ~900 µs for the miR-20a FRET-probe, cf. Table 4.3 and Table 4.4) and concomitant distinct PL decays were significantly more important to realize a multiplexed miRNA detection with a single FRET pair (vide infra). Adjusting the donor-acceptor distance by the different number of base pairs between Tb and Cy5.5 and a direct distance-analysis by Tb-to-Cy5.5 FRET are straightforward design and characterization tools for the development of single FRET-pair multiplexed detection of miRNAs.

Duplexed detection of miR-21 and miR-20a

Following the single FRET-pair temporal multiplexing concept mentioned above, we optimized the assay for the simultaneous quantification of miR-21 and miR-20a from a single sample. The advantage of using both sensors and temporal multiplexing is that the two different miRNA targets can be quantified simultaneously from the same sample with a single measurement. Taking into account that there is no single disease-specific miRNA, the quantification of several different miRNA targets (so-called disease-specific miRNA signatures) by a single measurement is faster and requires less reagents and less patient sample volume. Nevertheless, the advantages of single-sample multiplexing are always accompanied by the disadvantage of slightly reduced sensitivity and accuracy. Therefore, it is important to verify if the compromise between rapidity, reduced sample volume, and lower costs on the one and reduced sensitivity and accuracy on the other side is suitable for efficient target quantification. To test the performance of the single FRET-pair dual target CHA-TG-FRET miRNA assay under more challenging duplexing conditions, we prepared 13 samples with varying concentrations of the two miRNA targets. 

MiRNA quantification from human tissue samples

To demonstrate the applicability of CHA-TG-FRET to clinically relevant samples, we quantified miR-21 and miR-20a in total RNA extracts from arbitrarily selected human tissue samples (cf. Table 4.2). Both single and duplexed target CHA-TG-FRET as well as RT-qPCR (for comparison with a standard method) were used to quantify the two miRNAs. 

Conclusion

The enzyme-free amplification strategy of CHA provides significant advantages for a simple and cost-effective application in sensitive nucleic acid biosensing. Implementing Tb-to-dye TG-FRET probes with their benefits of a rapid, separation-free assay format, absence of sample autofluorescence, and capability of multiplexing, into CHA can further increase the versatility, rapidity, and simplicity of CHA-based miRNA sensing. To demonstrate this promising combination, we developed a single FRET-pair CHA-TG-FRET probe for multiplexed miRNA detection. Tb donors were labeled to the 3' ends of the CHA hairpin probes, whereas Cy5.5 acceptors were labeled to specific thymines inside the probes, which allowed us to tune the Tb-donor to Cy5.5-acceptor distance. Two FRET probes for miR-21 and miR-20a were designed with specific donor-acceptor distances that To date, hyperbranched rolling circle amplification (HRCA) has been widely used for biosensing various targets, including miRNAs [START_REF] Hu | Integration of isothermal amplification with quantum dot-based fluorescence resonance energy transfer for simultaneous detection of multiple microRNAs[END_REF][START_REF] Zhang | Ligation-promoted hyperbranched rolling circle amplification enables ultrasensitive detection of microRNA in clinical specimens[END_REF], DNAs [START_REF] Zou | Signal amplification by rolling circle amplification on universal flaps yielded from target-specific invasive reaction[END_REF][START_REF] Zhang | Ratiometric Fluorescence Coding for Multiplex Nucleic Acid Amplification Testing[END_REF], mutations [START_REF] Li | Hyperbranched rolling circle amplification (HRCA)-based fluorescence biosensor for ultrasensitive and specific detection of single-nucleotide polymorphism genotyping associated with the therapy of chronic hepatitis B virus infection[END_REF][START_REF] Zhang | Ultrasensitive biosensing of low abundance BRAF V600E mutation in real samples by coupling dual padlock-gap-ligase chain reaction with hyperbranched rolling circle amplification[END_REF], proteins [START_REF] Shi | The analysis of proteins and small molecules based on sterically tunable nucleic acid hyperbranched rolling circle amplification[END_REF][START_REF] Zhu | An ultrasensitive aptameric sensor for proteins based on hyperbranched rolling circle amplification[END_REF] and small molecules [START_REF] Chen | Highly sensitive fluorescent sensor for mercury based on hyperbranched rolling circle amplification[END_REF][START_REF] Zhang | Fluorescence aptasensor for Ochratoxin A in food samples based on hyperbranched rolling circle amplification[END_REF]. By introducing a second primer complementary to the RCA products, the linear RCA can be converted to HRCA, which significantly improves the amplification efficiency (~10 9 -fold). Most importantly, it can generate numerous varying length DNA segments because the HRCA products are different from the RCA product (which are long and coiled DNA concatemers) [START_REF] Lizardi | Mutation detection and single-molecule counting using isothermal rolling-circle amplification[END_REF]. Thus, QDs with relatively large size can be easier implemented into HRCA product for generating FRET signal. Few studies [START_REF] Hu | Integration of isothermal amplification with quantum dot-based fluorescence resonance energy transfer for simultaneous detection of multiple microRNAs[END_REF][START_REF] Zhang | Ligation-promoted hyperbranched rolling circle amplification enables ultrasensitive detection of microRNA in clinical specimens[END_REF] demonstrated the integration of HRCA with QD-todyes FRET for miRNAs detection and even realized the simultaneous detection of multiple miRNAs. However, steady-state measurements contain sample autofluorescence and the emission from multiple probes cannot be suppressed.

This work integrated TG measurement into HRCA for sensitive miRNA detection, which provides extremely low background noise, and a quick and simple one-step assay format.

Hsa-miR-21 was selected as target. Target-primed and reverse primer-initiated HRCA reaction can generate a large amount of single strand DNAs with different lengths. They can be hybridized with Tb-labeled reporter DNA probes, and then hybridized with the adaptor DNA probes that are on the surface of the QD via biotin and streptavidin interaction.

The formation of QD-DNA-Tb complexes shorten the distance between Tb and QD, allowing for Tb-to-QD FRET. The FRET-sensitized QD PL and FRET-quenched Tb PL within a specific time-window is measured and ratiometric TG-FRET signal is used to quantify target miRNA. The low LOD (down to attomole) and high selectivity demonstrated the unprecedented performance of this HRCA-amplified Tb-to-QD FRET assay.

Materials and methods

Materials

Lumi4 

Statistical analysis

For statistical analysis and the estimation of LODs, all samples were prepared 3 times and measured in triplicates (𝑛 = 9). The zero concentration samples (without target miRNAs)

were prepared 5 times and measured in triplicates (𝑛 = 15).

Gel Electrophoresis

8% polyacrylamide gel was prepared (7.9 ml deionized water, 4 ml 30% acrylamide, 3 ml pH 8.0 5× TBE buffer, 0.11 ml 10% ammonium peroxodisulfate and 20 µl TEMED). 10 μl portion of each sample was loaded into the lane, and electrophoresis was performed on a Mini-PROTEAN Tetra electrophoresis system (Bio-Rad) at a constant potential of 200 V for 20 min with 0.5× TBE (pH 8.0) as running buffer. SYBR green I (Thermo Fisher) was used as DNA stain. The gel was visualized under UV light.

Results and discussion

Principle of HRCA-amplified TG-FRET

The principle of miRNA detection by HRCA-amplified TG-FRET is shown in Figure 5.2.

We designed padlock-DNA template using miR-21 as target and one reverse primer for HRCA (Table 5 The FRET-sensitized QD-acceptor intensity strongly increases with the presence of target, whereas 

Optimization of HRCA-amplified TG-FRET

We optimized the experimental conditions including the concentrations of padlock and reverse primer, HRCA reaction time, and concentration ratio of adapter probes per QD705.

As shown in Figure 5.5A, the relative FRET-ratio improved with increasing concentration of padlock from 0.1 to 5 nM, whereas it decreased at the concentration of 50 nM. A high concentration of padlock can lead to high HRCA efficiency, but the excess padlock may hybridize with RCA products, adapter probes and reporter probes. This might increase the HRCA background signal and prevent the formation of Tb-DNA-QD705 complexes that are the prerequisite for FRET. In contrast, a low concentration of padlock can decrease the background, but it might induce low amplification efficiency due to the lack of padlock templates. Thus, 5 nM was selected as the optimum concentration of padlock for HRCA reaction. For the concentration of reverse primers, the FRET-ratio significantly increased at a concentration of 5 µM, followed by a decrease at higher concentration (Figure 5.5B), which was most probably caused by primer dimerization and nonspecific amplification.

Thus, 5 µM reverse primer was selected as the optimum concentration for subsequent experiments. Then we optimized the HRCA reaction time, and the results showed that the relative FRET-ratio value increased with increasing reaction time (Figure 5.5C). As a compromise between high but not too long amplification, we selected 2h as the HRCA 107 reaction time for subsequent experiments. As shown in Figure 5.5D, the relative FRETratio increased when the concentration ratio between adapter probe and QD705 increased from 1:1 to 20:1, but it tended to saturate beyond the ratio of 20:1 and even decrease for 60:1. Thus, 20:1 (10 nM : 0.5 nM) was used as the optimum concentration ratio between adapter probe and QD705. 

Sensitivity and specificity

Under the optimized experimental conditions, I further investigated the sensitivity of the proposed method for miR-21 quantification. To quantify miRNA, TG PL intensities (I TG ) of the QD705 acceptor and Tb donor were determined in a specific time window (from the corresponding PL decay curves between 0.1 and 0.9 ms). These TG PL intensities were then used to calculate a Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 (the FRET-ratio subtracted by the FRET-ratio 

Conclusion

In summary, we have demonstrated a nanosensor with the integration of HRCA and TG-FRET for sensitive detection of miRNA based on QD as acceptor and Tb as donor. The exponential amplification efficiency of HRCA and the autofluorescence-suppressed TG-FRET measurement ensure the high sensitivity with a detection limit of 11 ± 4 attomole (80 ± 30 fM) for the target hsa-miR-21. In addition, the versatility of the target miRNAspecific padlock design that can overcome the mismatch-caused positive offset and the specific hybridization of HRCA products with both capture probes and reporter probes guarantee the high selectivity of the proposed method. More importantly, it has great potential for multiplexing miRNA diagnostics because of the flexible design of padlocks toward different miRNAs and the multiplexing capability of QDs without any crosstalk corrections. As the proposed proof-of-concept is a promising and ongoing project, in which the multiplexing adaption to actual clinical samples remained to be demonstrated, we expect that the proposed HRCA-amplified Tb-to-QD nanosensor can become a very useful alternative to current miRNA diagnostic approaches.

Summary and outlook

This All assays were designed to be detected on a clinically approved fluorescence plate reader, which allows the analysts to perform direct clinical application without introducing new instruments.

In the first work, we took the advantages of RCA method, developing an extremely sensitive and specific biosensor for quantifying miRNAs, which was verified to have better performance than TaqMan RT-qPCR. By altering the design of the padlocks toward different miRNAs (miR-21, miR-132 and miR-146a), three miRNAs-specific RCAamplified biosensors were constructed based on the same strategy, demonstrating the flexibility and versatility of this concept. More importantly, the ability to quantify different miRNAs from various types of clinically relevant samples (human plasma, tissues, and cells), and to obtain significant pathological information from these measurements, indicate that this strategy can be used for advanced miRNA-based diagnostics and research. In another study [START_REF] Qiu | Three-Dimensional FRET Multiplexing for DNA Quantification with Attomolar Detection Limits[END_REF], multiplexing detection for DNAs was realized based on the same strategy. We combined spectral multiplexing (by introducing different dyes) with temporal multiplexing (by tuning the distances between Tb-to-different dyes), and realized highorder multiplexed detection for four different DNAs.

As the defined structure of dsDNA and the site-specific modifications are available for nucleic acids, it is more straightforward to locate small molecular FRET pairs (LTCs or dyes) and control their distances, which is highly important for temporal multiplexing. In the second work, temporal multiplexed miRNAs detection was achieved by tuning the Tbto-Cy5. 

Instrument

Time-resolved FRET measurements were performed by two fluorescence plate readers. 

Résumé en français

Les microARNs (miARNs) sont impliqués dans pratiquement tous les processus physiologiques, y compris la différenciation et la prolifération, le métabolisme, l'hémostase, l'apoptose ou l'inflammation. À ce jour, plus de 30,000 miARNs ont été découverts, dont plus de 2,500 peuvent être trouvés chez l'homme. La découverte de nombreux types miARNs circulants (dans les fluides biologiques des patients, par exemple, le sérum, le plasma, l'urine, le liquide céphalorachidien, etc.) spécifiques aux cancers (sein, colorectal, oesophagien, gastrique, hépatique, pulmonaire, ovarien, pancréatique, etc.), ainsi que de nombreuses autres maladies (maladies infectieuses, troubles immunologiques, maladies cardiovasculaires, neurologiques, etc.), ont fortement stimulé la mise en oeuvre des miARNs comme biomarqueurs de nouvelle génération pour la prédiction des maladies, la Title : Sensitive and mutiplexed microRNA quantification using amplified time-gated Förster resonance energy transfer Keywords : FRET, miRNA, lanthanide complex, isothermal amplification, time-resolved spectroscopy Abstract : As new generation of biomarkers, microRNAs are associated with many cancers and diseases, which has led to a great demand for developing clinical miRNA diagnostic methods. Isothermal amplification technologies, such as rolling circle amplification and catalytic hairpin assembly, have emerged as powerful methods for highly rapid, specific and sensitive microRNA assays. This thesis focuses on developing microRNA biosensors based on isothermal amplification technologies and timeresolved Förster resonance energy transfer from lanthanide complexes to organic dyes or quantum dots. The proposed amplified microRNA biosensors have very low limits of detections, and are applied to human clinical samples, successfully revealing the relevance for cancer diagnostics. As simultaneous detection of multiple microRNAs is highly demanded, temporal multiplexed detection of microRNAs is also realized based on distinguishable excited-state lifetimes of Tb complexes and dyes. Moreover, the amplified microRNA nanosensor based on Tb-to-quantum dots FRET demonstrated the possibility of spectral multiplexed detection of microRNAs with high sensitivity and selectivity.
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 11 Figure 1.1 Schematic representation for miRNA detection assay using RCA-amplified LTCs-todye TG-FRET.

Figure 1 . 2

 12 Figure 1.2 Schematic representation for multiplexed miRNAs (miR-21 and miR-20a) detection assay using CHA-amplified LTCs-to-dye TG-FRET.

Figure 1 . 3

 13 Figure 1.3 Schematic representation for miRNA detection assay using HRCA-amplified LTCs-to-QD TG-FRET.

Figure 2 . 1

 21 Figure 2.1 MiRNA biogenesis process starts with transcription in the nucleus and ends with affecting gene translation in the cytoplasm. (Reprinted with permission from reference [5]. Copyright 2016 American Chemical Society.)

Figure 2 . 2

 22 Figure 2.2 Schematic representation of major conventional methods for miRNA detection: a. reverse transcription quantitative polymerase chain reaction (RT-qPCR); b. microarray; c. nextgeneration sequencing (NGS). (Adapted with permission from reference [92]. Copyright 2012 Springer Nature.)

.3 summarizes the basic mechanism and Figure 2 . 3

 23 shows the schematic representation of these isothermal amplification-based methods for miRNA detection, respectively. The appealing attributes of isothermal amplification are: (1) the capability for rapid and high amplification (usually amplification efficiency of 10 3 -10 6 within 3h); (2) the programmability allowing for construction of cascade amplification; (3) the compatibility with diversified detection platforms, such as fluorescence, electrochemistry, and colorimetry[START_REF] Deng | Isothermal Amplification for MicroRNA Detection: From the Test Tube to the Cell[END_REF]. These advantages provide an excellent opportunity to build various sensitive and rapid bioassays for miRNA detection.

Figure 2 . 3

 23 Figure 2.3 Schematic representation of isothermal amplification-based methods for miRNA detection: a. rolling circle amplification (RCA); b. duplex-specific nuclease signal amplification (DSNSA); c. loop-mediated isothermal amplification (LAMP); d. strand-displacement amplification (SDA); e. catalytic hairpin assembly (CHA); f. hybridization chain reaction (HCR).(Adapted with permission from reference[START_REF] Deng | Isothermal Amplification for MicroRNA Detection: From the Test Tube to the Cell[END_REF]. Copyright 2017 American Chemical Society.)

Figure 2 . 4 .

 24 Figure 2.4. During the linear RCA process, the forward primer (usually the target miRNA) produces a multimeric ssDNA RCA product, which then becomes the template for the reverse primer. The DNA polymerase then extends the reverse primer, and during the extension process the downstream DNA is displaced to generate branching or a ramified DNA complex, which induces a discrete series of single-stranded DNA (ssDNA) or doublestranded DNA (dsDNA) fragments of various lengths comprising one or multiple units of the circular probe.

Figure 2 . 4

 24 Figure 2.4 Schematic representation of HRCA strategy: (1) forward primer binds to ligated circular probe and is extended by DNA polymerase; (2) the continuous amplification generates a long ssDNA, which contains binding sites for reverse primer; (3) reverse primers bind to the long ssDNA and are extended by DNA polymerase; (4) the nascent ssDNA generated from reverse primer extension can also serve as templates to synthesize other primers. (Adapted with permission from reference [103]. Copyright 2014 The Royal Society of Chemistry.)

Figure 2 . 5

 25 Figure 2.5 Basic FRET principle described in simplified energy level scheme (Jablonski diagram).The donor is excited (hv) from an electronic ground state (D) to an excited state (D*), then goes to an excited electronic ground state by inner relaxation (dotted arrow), then goes to ground state by radiative decay (kD), non-radiative decay (kD-NR) or FRET (kFRET). The FRET process from D* to A* occurs when they share the same electronic transition (the difference between the respective energy levels need to be equal, vertical dashed lines in red, green and purple color). After FRET, the acceptor is in an excited state (A*), followed by radiative decay (kA) or non-radiative decay (kA-NR) to its ground state (A). (Adapted with permission from reference[START_REF] Hildebrandt | How to Apply FRET: From Experimental Design to Data Analysis[END_REF]. Copyright 2013 The Wiley-VCH Verlag GmbH & Co. KGaA.)

Figure 2 . 6 Figure 2 . 7 a.

 2627 Figure 2.6 The overlap (gray area) of the area normalized emission spectrum of donor (D) (cf. Equation 2.4) and the extinction coefficient spectrum of acceptor (A) 𝜀 𝐴 defines the overlap integral 𝐽 (cf. Equation 2.3). (Adapted with permission from reference [140]. Copyright 2013 The Wiley-VCH Verlag GmbH & Co. KGaA.)

Figure 2 . 8 8 )

 288 Figure 2.8 FRET efficiency as a function of donor (D) to acceptor (A) distance (cf. Equation 2.7). (Adapted with permission from reference [140]. Copyright 2013 The Wiley-VCH Verlag GmbH & Co. KGaA.)

Figure 2 . 9

 29 Figure 2.9 shows the typical examples of measurements, respectively. Compared to frequency-domain method, time-domain method permits visualization of the luminescence decay and provides straightforward dynamic information.

Figure 2 . 9

 29 Figure 2.9 Typical examples of two time-resolved measurements for the determination of luminescence decay times. a. Time-domain measurement; b. Frequency-domain measurement. Excitation is displayed in black, emission with a decay time is displayed in grey. (Adapted with permission from reference [140]. Copyright 2013 The Wiley-VCH Verlag GmbH & Co. KGaA.)

Figure 2 .

 2 10a). The central sequence of this oligonucleotide (loop) is complementary to a specific target. Five or six bases are attached at each end of the oligonucleotide (stem) in order to form Watson-Crick base pairs that force the acceptor and donor to be in close proximity, resulting in the FRET-sensitized acceptor emission. Only the presence of the target prompts the hybridization of the MB to the target, leading to the open conformation of the MB. Consequently, the acceptor and the donor are spatially separated, which produces a fluorescence signal from the donor.In standard BPs, a donor and an acceptor are attached to the ends of two single-stranded oligonucleotides, which are complementary to adjacent regions of a target (Figure2.10b).In the absence of target, the two oligonucleotide probes are distributed randomly and separated in solution, leading to the fluorescence emission from the donor. Adding the target brings the two oligonucleotide strands together and forces donor and acceptor into close proximity. Upon exciting the donor, energy is transferred from the donor to the acceptor, which results in significant emission from the acceptor.

Figure 2 . 10

 210 Figure 2.10 Common designs for FRET hybridization probes. a. Standard MB; b. Standard BP. (Adapted with permission from reference [146]. Copyright 2011 Springer Nature.)

Figure 2 .

 2 Figure 2.11 a. Partial energy level diagram for some Ln 3+ ions. The main luminescent levels are drawn in red, while the fundamental level is indicated in blue. (Adapted with permission from reference [149]. Copyright 2005 American Chemical Society.); b. Commonly observed emission wavelengths as a result of electronic transitions for Tb 3+ ( 5 D4 -7 FJ transitions) and Eu 3+ ( 5 D0 -7 FJ transitions). (Adapted with permission from reference [151]. Copyright 2014 American Chemical Society.)

Figure 2 .

 2 Figure 2.12 a. The scheme of LLCs using the chelating chromophoric (top) and appended chromophoric (bottom) ligand designs and corresponding examples (right). (Adapted with permission from reference [159]. 2015 Elsevier B.V.); b. Simplified Jablonski diagram for the antenna effect of LLCs. (Adapted with permission from reference [151]. Copyright 2014 American Chemical Society.)

(Figure 2 .

 2 Figure 2.13c using Eu complex as example.

Figure 2 .

 2 Figure 2.13 a. Absorption and emission spectra, and b. Luminescence decay of Tb complex and Eu complex. (Adapted with permission from reference [164]. Copyright 2018 Wiley-VCH Verlag GmbH & Co. KGaA.); c. The scheme of time-resolved spectroscopy with combination of temporal (time-window) and spectral (filter) resolution using Eu complex as example. (Adapted with permission from reference [165]. Copyright 1995 Elsevier B.V.)

  preference to other lanthanide ions, luminescent Tb complexes (LTCs) have been the major players in this field, particularly possessing an outstanding advantage of multiplexing capability, which will be discussed hereinafter. The macrocylic ligand-based Lumi4-Tb complex (Figure2.14) is used in this thesis, which contains 2-hydroxyisophthalamide ligands with a molar absorption coefficient of ca. 26,000 M -1 𝑐𝑚 -1 at 340 nm in aqueous solution. It can be conjugated to the biomolecules through -NHS (N-hydroxysuccinimide) functional groups.

Figure 2 . 14

 214 Figure 2.14 Chemical structure of Lumi4-Tb complex, R represents the place for the functional group. (Adapted with permission from reference [169]. Copyright 2014 Elsevier B.V.)

(

  iii) Multiplexing capability. The increasing demand for multiplexing, which enables the simultaneous measurement of multiple distinctive species in a single sample, has promoted the interests in lanthanide-based FRET biosensing approaches. LTCs possess well-separated and narrow emission bands and are therefore superior for spectral multiplexing. These emission bands are in a spectral range where many fluorophores are excellent absorbers and therefore relatively large spectral overlap integrals can be achieved. As shown in Figure 2.15a, both organic dyes and QDs have large spectral overlap with LTCs and can act as FRET acceptors. By emitting light between or beyond LTCs emission bands, simultaneous luminescence detection can be realized with the same LTC donors paired with multiple acceptors. The utilization of optical transmission filters enables the efficient spectral separation, especially for the QDs as they have narrower symmetric emission profiles in contrast to dyes. Due to the broad emission profiles of most organic dyes, several different dyes may emit in the same wavelength region of the optical

  different luminescence decay times are distinguishable. In terms of LTCs donor, different decay times 𝜏 𝐴𝐷 = 𝜏 𝐷𝐴 due to the different efficiencies results from different donor-toacceptor distances for the same FRET pair. Taking the extremely long luminescence lifetime of LTCs and the tunable distances between the same LTCs and different acceptors, it is allowed for flexible designing of different FRET-quenched and FRET-sensitized decay times. Besides, by introducing distinguishable spectra and intensities as another multiplexing dimensions, combined temporal and spectral multiplexing (spectrotemporal multiplexing) can be feasible and recently has been applied for simultaneous detection of four different DNAs in single homogenous sample by our group (in Figure 2.15b) [171].

Figure 2 .

 2 Figure 2.15 a. LTC-donor-based spectral multiplexed FRET using different organic dyes (left) and QDs (right). Top: Broad spectral overlap between LTCs emission and the absorption of several different acceptors. Bottom: Separation of the single LTCs emission bands allows the measurement of different acceptors in wavelength ranges with very low LTCs intensity (represented by the shaded bandpass filter transmission spectra). LTCs-emission-spectra in black. Left: OregonGreen (blue), AlexaFluor555 (green), AlexaFluor568 (orange), Cy5 (red) and AlexaFluor700 (brown); right: QD525 (blue), QD565 (green), QD605 (orange), QD655 (red), and QD705 (brown). (Adapted with permission from reference [169]. Copyright 2014 Elsevier B.V.); b. Scheme of the spectrotemporal multiplexing using time-resolved FRET with one LTCs as donor, two different Cyanine dyes as acceptors, and two different time-windows for the simultaneous detection of four different DNAs in single homogenous sample. (Adapted with permission from reference [171]. Copyright 2018 American Chemical Society.)

Figure 2 .

 2 Figure 2.16 a. Common fluorescent dyes. Absorbance and emission maxima along with spectral regions covered by a particular dye family are highlighted. FITC is fluorescein-based dyes; TAMRA, TMR, and ROX are rhodamine-based dyes; Cy3 to Cy7 are cyanine-based dyes; b. Chemical structures of common ultraviolet/visible/near-infrared fluorescent dyes. R marks the typical position of substituents position; R x marks the typical position of the bioconjugation linker. (Adapted with permission from reference [168]. Copyright 2006 WILEY-VCH Verlag GmbH & Co. KGaA, Weinheim.)

  MB) or a target-involved hybrid formation (e.g. BPs) (Section 2.3.3 Figure 2.10).Particularly, in amplification-based detection technologies, for instance in PCR, the FRET probes are cleaved during the reaction (e.g. TaqMan probes), or incorporated into amplified DNA (e.g. Scorpion primers), not only realizing FRET but also monitoring the amplification[START_REF] Juskowiak | Nucleic acid-based fluorescent probes and their analytical potential[END_REF]. Nowadays, the TaqMan probes have been commercially used as RT-qPCR reaction kit for miRNA detection. Apart from dye-to-dye combinations, fluorescent dyes coupling with various other materials (e.g. quantum dots, upconversion nanoparticles, graphene oxide) as FRET pairs have also been widely used in FRET-based nucleic acid analysis[START_REF] Khakbaz | Micro-RNA detection based on fluorescence resonance energy transfer of DNA-carbon quantum dots probes[END_REF][START_REF] Ren | Sandwich DNA Hybridization Fluorescence Resonance Energy-Transfer Strategy for miR-122 Detection by Core-Shell Upconversion Nanoparticles[END_REF][START_REF] Zhang | Universal Fluorescence Biosensor Platform Based on Graphene Quantum Dots and Pyrene-Functionalized Molecular Beacons for Detection of MicroRNAs[END_REF].

Figure 2 .

 2 Figure 2.17 a. Discrete energy levels and band gap in semiconductor crystals with increasing nanocrystal size. (Adapted with permission from reference [189]. Copyright 2015 MDPI.); b. Progressive color and PL wavelength changes of CdSe/ZnS QDs with increasing nanocrystal size.(Adapted with permission from reference[START_REF] Algar | Semiconductor quantum dots in bioanalysis: Crossing the valley of death[END_REF]. Copyright 2011 American Chemical Society.)

Figure 2 .

 2 Figure 2.18 FRET-based biosensors using QDs as donors for nucleic acids detection. a. Schematic illustration of a tumor mRNA detection based on MB strategy. (Adapted with permission from reference [193]. Copyright 2015 The Royal Society of Chemistry.); b. Schematic illustration of simultaneous detection for two miRNAs based on BPs strategy. (Adapted with permission from reference [194]. Copyright 2018 The Royal Society of Chemistry.); c. Schematic illustration of a gene sequence (associated with spinal muscular atrophy) detection based on intercalating dye strategy. (Adapted with permission from reference [195]. Copyright 2019 The Royal Society of Chemistry.); d. Schematic illustration of HBV DNA detection based on strand displacement strategy. (Adapted with permission from reference[START_REF] Huang | A simple QD-FRET bioprobe for sensitive and specific detection of hepatitis B virus DNA[END_REF]. Copyright 2013 The Springer Nature.)

Figure 3 . 1

 31 Figure 3.1 Principle of miRNA detection by amplified TG-FRET. (A) After specific recognition of miRNA by a linear padlock DNA (1), the DNA padlock nick is ligated over the miRNA target splint using SplintR ligase (2) and the miRNA becomes a primer for a phi29 polymerase to synthesize and displace (by RCA) complimentary DNA around the circularized padlock DNA (3).After stopping RCA, the rolling circle product (RCP) is incubated with Tb (Lumi4-Tb) donor and Cy5.5 acceptor labeled ssDNA, which hybridize to specific sequences that exist more than 1000fold on the amplified RCP concatemer. The close distance of Lumi4-Tb and Cy5.5 in the RCP allows for Tb-to-Cy5.5 FRET, which is not possible if both are free in solution (not hybridized to the RCP). Thus, the TG-FRET signal can be used for quantifying miRNA without any washing or separation steps. (B) Ratiometric TG-FRET, which measures the ratio of FRET-sensitized Cy5.5

1 ) 2 :

 12 The orientation factor κ 2 = 2 3 ⁄ because of random orientation of donor and acceptor during the FRET time (dynamic averaging), which is well justified by the long PL lifetime of the Tb donors and the unpolarized emission (fast isotropic rotation). The refractive index was 𝑛 = 1.35 (aqueous buffer solution). The Tb-centered quantum yield was Փ 𝐷 = 0.80 ± 0.05. The overlap integral 𝐽 was calculated by Equation 3.) is the emission intensity from the area-normalized (to unity) emission spectrum of Tb donor and 𝜀 𝐴 (𝜆) is the molar absorptivity of the acceptor.

Figure 3 . 2

 32 Figure 3.2 Absorption and emission spectra of the TG-FRET pair. (A) Spectra of Tb absorption (black) and emission (green) that partly overlaps with the absorption of Cy5.5 (red). (B) Emission spectra of Tb (green) and Cy5.5 (red). Optical bandpass filter transmission spectra, which represent the detection channels for Tb and Cy5.5, are shown in gray.
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 32 for absorption/emission spectra and FRET parameters), which only takes a few seconds on a KRYPTOR immunofluorescence plate reader. We first evaluated the performance for miRNA quantification on exogenous miR-21, miR-132, and miR-146a. SplintR ligase was used for efficient ligation of the DNA padlock probes over the miRNA targets. Although shorter padlock probes were shown to exhibit higher fluorescence intensities in RCA-FRET[START_REF] Wu | Highly specific quantification of microRNA by coupling probe-rolling circle amplification and Förster resonance energy transfer[END_REF], we chose padlock probes of 77 and 78 nucleotides (see Table3.1 for sequences of all RNAs and DNAs used in the study).These relatively long DNAs allowed us to avoid overlap between the sequences that recognized the miRNA targets and those that hybridized the Tb-donor and dye-acceptor DNA probes and to optimize the FRET distance between Tb and dye inside the RCA product. The actual Tb-dye distance in the rolling circle product (RCP, Figure3.1A) was 18 base pairs (see Table

Figure 3 . 3

 33 Figure 3.3 PL decays of Cy5.5 for a Tb-Cy5.5 donor acceptor pair at 18 base pairs distances in a dsDNA (red curve) and in a RCP concatemer (blue curve). A PL decay curve of Tb alone (black curve, no Cy5.5 present) is shown for comparison and for intensity normalization of the two PL decays (intensity normalized in the temporal region between 7 and 8 ms). The PL decay time of the donor in the absence of the acceptor (𝜏 𝐷𝐴 ) and of the acceptor in the presence of the donor (average FRET decay time <𝜏 𝐹𝑅𝐸𝑇 >) are given inside the graph.
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 34 Figure 3.4 (A) Calibration curves for miR-21, miR-132, and miR-146a for concentrations between 0.05 and 1.0 pM within 140 µl solutions per microwell. (B) Enlarged view of the same calibration curves in the 0 to 120 fM concentration range. LODs were determined as shown (using 3 standard deviations of the blank) to 30 ± 3 fM for miR-21, 48 ± 5 fM for miR-132, and 99 ± 10 fM for miR-146a. (C) Assay calibration curve of miR-21 over a larger concentration range (up to 50 pM) to assess the dynamic range of amplified TG-FRET assays.

  Another important requirement for diagnostics is specificity at very low concentrations, which we verified by challenging the miR-21 assay with various amounts of pre-miR-21 as well as three modified miR-21 targets with single nucleotide variations at different positions (Figure 3.5A). Compared to samples without target, pre-miR-21 did not lead to any signal increase for TG-FRET (red curve in Figure 3.5B) but significantly reduced quantification cycles (Cq) for RT-qPCR (red curve in Figure 3.5C), which will lead to an overestimation (positive offset) of the real miR-21 target concentration (the lower the Cq the higher the measured concentration). Although the Cq values for the miR-21 target were much lower (black curve in Figure 3.5C), the nonspecific pre-miR-21 signal suggests that the internal miR-21 sequence of pre-miR-21 (with additional 7 bases on the 50 end and 43

Figure 3 .

 3 5B). This nonspecific signal resulted from a single-nucleotide variation at a distant position from the padlock nick on the longer (12 nt) target-recognizing terminus of the padlock DNA (Figure 3.5A). The versatility of the padlock design can overcome even such particular mismatches. Moving the nick closer to the mismatch and/or shortening the length of the mismatch-recognizing terminus (10 nt) completely removed the non-specific signal as shown by two other mismatched miR-21 variants (miR-2110 (A→G) and miR-214 (C→U) -blue and magenta curves in Figure 3.5B). In contrast, the gold standard RT-qPCR was strongly influenced by all three mismatched miR-21 (Figure 3.5C). Although the quantification cycles (Cq) were distinguishable from the original miR-21 target, they significantly decreased to values far below that seen without any target. While such mismatches will result in a positive offset of the real miR-21 target concentration, the RT step of RT-qPCR can lead to negative concentration offsets. The presence of internal or terminal RNA sequences that are complementary to the very short hybridization sequence (~6 to 8 nt) of the RT stem-loop primer may be recognized by the RT primer and therefore reduce RT efficiency and produce less cDNA (Figure 3.5D). Indeed, both internal and terminal complementary sequences of otherwise unrelated RNAs led to a significant decrease in the measured miR-21 concentrations (Figure 3.5E). Such short sequences that are complementary to the RT stem-loop primer may exist in many different RNAs present in real clinical samples and present a serious drawback for RT-qPCR-based diagnostics. These results clearly show another important advantage of amplified TG-FRET when it comes to clinical applications.

Figure 3 . 5 (

 35 Figure 3.5 (A) The specificity of amplified TG-FRET and TaqMan RT-qPCR for miR-21 (black) was challenged against pre-miR-21 (red) and three different targets with single nucleotide variations compared to miR-21 (blue, green, and magenta). (B) For amplified TG-FRET, only the mismatch at a remote position from the padlock nick on the longer (12 nt) target-recognizing terminus led to a nonspecific signal at elevated concentrations of miRNA (miR-2117 (U→A), green curve). The versatile probe design can overcome this problem by using a padlock probe with a nick closer to the mismatch (miR-2110 (A→G), blue curve) or with the shorter target-recognizing terminus (10 nt) over the mismatch (miR-214 (C→ U), magenta curve). Pre-miR-21 (red curve) did not lead to any nonspecific signal either. The black curve shows the signal for the miR-21 target (without any mismatches). (C) TaqMan RT-qPCR is strongly influenced by pre-miR-21 (red curve) and all three single nucleotide variations (blue, green, and magenta curve), as shown by decreasing quantification cycles (Cq) with increasing mismatch concentrations (within the same low picomolar miRNA concentration range as for TG-FRET -cf. graph in B). Gray dashed line indicates Cq value for samples without target. (D) The short target-hybridization sequence of the TaqMan RT-stem loop primer can lead to reverse transcription of RNA that have the same internal or terminal sequence than the target terminus. (E) Both internal and terminal interfering sequences led to negative offsets (down to 40% for RNAint (terminal)) of the target concentration (10 pM).

Figure 3 . 6

 36 Figure 3.6 Absolute concentrations (pM) of miR-21 in 26 plasma samples related to ovarian cancer (a), and that (nM) in 10 tissue samples related to breast cancer (b). (c) Absolute concentrations (pM) of miR-132 (left) and miR-146a (right) in LPS-stimulated THP-1 cells. All samples were also quantified with TaqMan RT-qPCR (red columns in graph c).

Figure 3 . 7 3 . 2 and 3 . 3 .

 373233 Figure 3.7 (A) Absolute quantification of hsa-miR-21 in human plasma (ovarian cancer) using amplified TG-FRET (blue) and RT-qPCR (red). MiR-21 concentrations (in small-RNA extracts) of 13 healthy control and 13 ovarian cancer samples were quantified. Circles around data points indicate statistical outliers (in green for only one of the techniques, in black for both techniques). Whiskers represent maximum and minimum values (without outliers) and horizontal lines represents the median. Dotted lines represent a threshold value (maximum of healthy control samples). More information about samples and human research participants can be found Table 3.2 and Table 3.3. All concentrations are given in copy number per ng of small RNA. Absolute concentrations (pM) are shown in Figure 3.6a. (B) Scatterplot comparing RT-qPCR with TG-FRET concentrations for the same samples. Healthy samples are shown in black and cancer samples in magenta. For orientation, lines of perfect agreement (1:1) between the two techniques and 3-fold higher RT-qPCR values (3:1) are shown. Circles around data points indicate the statistical outliers from (A). Blue and red dashed lines present the threshold values from (A).

Figure 3 . 8 3 .

 383 Figure 3.8 (A) Absolute quantification of hsa-miR-21 in human tissue (breast cancer) using amplified TG-FRET (blue) and RT-qPCR (red). miR-21 concentrations (in total-RNA extracts) of four healthy tissues (non-neoplastic breast) and six breast tumor tissues were quantified. Circle around data point indicates statistical outlier. Whiskers represent maximum and minimum values (without outlier) and horizontal lines represents the median. Dotted lines represent a threshold value (maximum of healthy control samples). More information about samples and human research participants can be found in Table 3.2 and Table 3.3. All concentrations are given in copy number per ng of total RNA. Absolute concentrations (nM) are shown in Figure 3.6b. (B) Scatterplot comparing RT-qPCR with TG-FRET concentrations for the same samples. Healthy samples are shown in black and cancer samples in magenta. For orientation, lines of perfect agreement (1:1) between the two techniques and 3-fold higher RT-qPCR values (3:1) are shown. Circle around data point indicates the statistical outlier from (A). Blue and red dashed lines present threshold values from (A).

Figure 3 .

 3 5A-C) caused by miRs with very similar sequences is significantly stronger than the negative concentration offset (cf. Figure 3.5E) caused by the RT step of RT-qPCR. Absolute concentrations (cf.Figure 3.6) were similar to plasma samples (pM concentration range). Average relative increases due to LPS stimulation were 5.3/22-fold and 3.5/7.8-fold (smaller/larger amounts of cells) for TG-

Figure 3 . 9 2 .

 392 Figure 3.9 Absolute quantification of hsa-miR-132 and hsa-miR-146a in in vitro cultured cells (LPS stimulation) using amplified TG-FRET (blue) and RT-qPCR (red). miR-132 (left) and miR-146a (right) concentrations (in total-RNA extracts) of THP-1 cells after 0 h and 24 h of stimulation with LPS (1 𝜇g ml -1 ). Note: value of miR-146a for 0 h stimulation measured with RT-qPCR is 0.9 and therefore not visible within the concentration scale. More information about the samples can be found in Table 3.2. All concentrations are given in copy number per ng of total RNA. Absolute concentrations (pM) are shown in Figure 3.6c.

  this study, we have presented the development, characterization, and application of a new amplified TG-FRET technology for absolute quantification of miRNA. Amplified TG-FRET uses simple isothermal RCA and ratiometric TG-FRET detection for precise quantification on a commercial clinical plate reader (KRYPTOR). The rapid miRNA assay does not require any separation or washing steps and can directly quantify miRNA without reverse transcription to cDNA. To fulfill the technological and clinical requirements we designed TG-FRET for high sensitivity, specificity, and the use for quantifying miRNA from human plasma, tissues, and cells. Careful characterization of sensitivity and specificity for miR-21, miR-132, and miR-146a revealed LODs down to 4.2 attomoles (30 fM), efficient distinction against single-nucleotide variations and pre-miRNA, and significant advantages in specificity compared to RT-qPCR.To evaluate the immediate applicability to a broad range of biological or clinical studies, we tested the assay performance on small groups of different types of samples (plasma, tissue, and cells) with different pathological backgrounds (ovarian cancer, breast cancer, and innate immune response) in a one-to-one comparison with TaqMan RT-qPCR. While hsa-miR-21 quantification from tissue allowed for a clear distinction between healthy and tumor tissue and hsa-miR-132 and has-miR-146a quantification from THP-1 cells provided clear evidence for LPS-stimulated or non-stimulated cells, pathological evaluation of plasma samples appeared more challenging. From the diagnostic point of view, TG-FRET clearly outperformed RT-qPCR with 62% of cancer plasma samples detected above the maximum concentration value of healthy control samples, whereas RT-qPCR only detected 17% above threshold. For most of the samples (independent of the sample type), RT-qPCR detected higher concentrations (approximately 3-fold) than TG-FRET and RT-qPCR determined concentrations with a significantly larger distribution. We attribute these higher and broader values of RT-qPCR to specificity issues (cf. Figure 3.5), the susceptibility to interferences with sample extraction reagents, and the lower precision of this exponential amplification technique at low target input.

. 1 . 100 M - 1 𝑐𝑚 - 1 ;

 110011 Alloligonucleotides were purchased from Eurogentec and purified with HPLC. Lumi4-Tb-NHS (Tb-NHS) was provided by Lumiphore. Cy5.5-NHS was purchased from Lumiprobe.Tb-DNA and Cy5.5-DNA conjugates were obtained by mixing Tb-NHS or Cy5.5-NHS in concentration excess to amino-functionalized oligonucleotides in 100 mM carbonate buffer at pH 9.0. The mixtures were incubated overnight at 4 °C. The Tb-DNA and Cy5.5-DNA conjugates were purified three times with HEPES buffer (100 mM, pH 7.4) by Zeba Spin Desalting Columns (7 kDa molecular weight cutoff, MWCO). Tb concentrations were determined by absorbance measurements at 340 nm using a molar absorptivity of 26,000 M -1 𝑐𝑚 -1 as provided by the manufacturer. Cy5.5 concentrations were determined by absorbance measurements at 684 nm using a molar absorptivity of 209,000 M -1 𝑐𝑚 -1 as provided by the manufacturer. DNA was quantified by absorbance measurements at 260 nm using molar absorptivities as provided by the manufacturer (H1 for miR-21: 464,H2 for miR-21: 424,600 M -1 𝑐𝑚 -1 ; H1 for miR-20a: 478,100 M-1cm-1; H2 for miR-20a: 424,200 M -1 𝑐𝑚 -1 ). Complete fluorophore-DNA conjugation (~100 %) was verified by linear combination of the respective absorbance values of Tb or Cy5.5 and DNA within the Tb-DNA and Cy5.5-DNA conjugates.
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 41 are presented in color as follows: 1/1*: red; 2/2*: blue; 3/3*: green; 4/4*: magenta. UAG CUU AUC AGA CUG AUG UUG A miR-20a UAA AGU GCU UAU AGU GCA GGU AG miR-20b CAA AGU GCU CAU AGU GCA GGU AG H1 for miR-21 (Cy5.5 acceptor probe) TCA ACA TCA GTC TGA TAA GCT ACC ATG TGT AGA TAG CTT ATC AGA C dT-C6 amino H2 for miR-21 (Tb donor probe) AAG CTA TCT ACA CAT GGT AGC TTA TCA GAC CCA TGT GTA GA 5'-C3 amino H1 for miR-20a (Cy5.5 acceptor probe) CTA CCT GCA CTA TAA GCA CTT TAC CAT GTG TAG ATA AAG TGC TTA TAG dT-C6 amino H2 for miR-20a (Tb donor probe) CAC TTT ATC TAC ACA TGG TAA AGT GCT TAT AGC CAT GTG TAG A 5'-C3 amino

FRET

  -ratios. Different buffer conditions will result in different assay performance and therefore, assay calibration curves should be performed under the same conditions as the final miRNA quantification assay. The single sensor assays contained 5 nM of H1, 5 nM of H2 and increasing concentrations of target miRNAs (from 10 pM to 400 pM). Again, the H1 and H2 probe concentrations were optimized and different probe concentrations require the acquisition of separate assay calibration curves. All samples were prepared at once and incubated at room temperature for 3 h. From the total reaction volume of 150 µl, 140 µl were measured in black 96-well microtiter plates on the clinical immunofluorescence plate reader KRYPTOR compact plus (Thermo Fisher Scientific) with TG (0.1-0.9 ms after excitation pulse) PL intensity detection using optical bandpass filters (Semrock) with 494 ± 12 nm for the Tb detection channel and 716 ± 24 nm for the Cy5.5 detection channel. The duplexed sensor assays contained two different H1 (5 nM H1 for miR-21 and 5 nM H1 for miR-20a) and two different H2 (5 nM H2 for miR-21 and 5 nM H2 for miR-20a). 140 µl were measured in black 96-well microtiter plates on a time-resolved fluorescence plate reader (Edinburgh Instruments) using 4000 detection bins of 2 µs integration time, nitrogen laser (MNL 100, LTB) excitation (337.1 nm, 20 Hz), and optical bandpass filters (Semrock) with 494 ± 12 nm for the Tb detection channel and 716 ± 24 nm for the Cy5.5 detection channel. For ratiometric analysis, FRET-ratios were calculated by the ratio of Cy5.5 and Tb TG PL intensities.
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 241 Mathematical treatment of multiplexed signal deconvolutionTG PL intensities (𝐼 𝑇𝐺 ) of the Cy5.5 acceptors and Tb donors were determined in their specific time windows (from the corresponding PL decay curves). These TG PL intensities were then used to calculate a background-subtracted FRET-ratios for each target concentration 𝑐 = 𝑥 (Equation4.The concentration-dependent Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values were used to determine the calibration curves for each miRNA target in each detection window (cf.

Figure 4 . 4 ). 1 , 2 )from Figure 4 .

 44124 The slopes of the four linearly fitted calibration curves (𝑧 𝑚𝑖𝑅-21 𝑇𝐺 4b were used to determine the concentrations in the multiplexed assay that led to the concentration recovery in Figure 4.5 by solving Equation 4.2 for the concentrations 𝑐(miR-21) and 𝑐(miR-21) . Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 1 and Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 2 were the Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values from two TG detection windows (TG1 and TG2) in the multiplexed assay.

4. 2 . 6

 26 Absolute quantification of miRNA by TG-FRETAbsolute concentrations of unknown miRNAs were determined by using calibration curves ( Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 over concentration) constructed with the use of synthetic (exogenous) miRNAs with known concentrations (between 10 pM and 400 pM within 140 µl solutions). Due to the unknown concentrations of miRNAs in the total RNA tissue extracts, samples were diluted at different dilution factors to make sure that their concentration range fitted the one of the calibration curves. Final dilution factors of the samples were 4-fold (sample A for single target detection), 2-fold (samples B, C, D, and E for single target and samples A and C for duplexed target detection), and 1-fold (samples B, D, and E for duplexed target detection), where 𝑥-fold corresponded to a volume fraction of 1 𝑥 ⁄ inside the final sample volume of 10 µl. These 10 µl were added to 140 µl of TG-FRET miRNA assays reagents such that the concentrations of the reagents inside the final 150 µl mixtures were the same as for the TG-FRET miRNA assays for exogenous targets (vide supra) and the total sample dilution corresponded to 15𝑥. Thus, the miR-21 and miR-20a concentrations determined by TG-FRET were multiplied by 15𝑥 to obtain the miRNA concentrations in the total RNA extracts. These miRNA concentrations (in mol/µl) were divided by the total RNA concentrations (in ng/µlcf. Table 4.2) and multiplied by the Avogardo constant (6.022 × 10 23 𝑚𝑜𝑙 -1 ) to obtain the miRNA concentration in units "copies of miRNA per ng of total RNA" as presented in Figure 4.6.4.2.7 RT-qPCR miRNA assaysTaqMan MicroRNA Reverse Transcription Kit (Thermo Fisher) in 15 µl containing 5 µl of RNA extract, 0.15 µl of 100 mM dNTPs, 1 µl of Multiscribe reverse Transcriptase (50 U/µl), 1.5 µl of 10× reverse transcription buffer, 0.19 µl of RNase inhibitor (20 U/µl), 3 µl of gene-specific primer, and 4.16 µl of nuclease-free water. For synthesis of cDNA, the reaction mixtures were incubated at 16 °C for 30 min, at 42 °C for 30 min, at 85 °C for 5 min, and then held at 4 °C. Then, 1.33 µl of cDNA solution was amplified using 10 µl of TaqMan Universal PCR Master Mix II without UNG (Thermo Fisher), 1 µl of gene-specific primer and probe, and 7.67 µl of nuclease-free water in a final volume of 20 µl. Quantitative PCR was run on a StepOnePlus (96-well) Real-Time PCR System (Thermo Fisher Scientific), and the reaction mixtures were incubated at 95 °C for 10 min, followed by 40 cycles of 95 °C for 15 s and 60 °C for 1 min. The quantitation cycles (Cq) were calculated with StepOnePlus Systems software (Thermo Fisher Scientific). Absolute concentrations of unknown miRNAs were determined by using a calibration curve (Cq over concentration)

Figure 4 . 3 and 4 . 4 , Equation 4 .1 and Equation 4 . 2 )

 4344442 5 FRETacceptor was labeled to a specific thymine within H1. Thereby, we obtained distinct donoracceptor distances ( 𝑟 ) for the different target miRNAs. Due to the strong distance dependence of the FRET efficiency (~𝑟 -6 ), different values of 𝑅 led to different PL decays of the FRET-quenched donors and FRET-sensitized acceptors (the closer the distance, the faster the decay). The different PL decays were then used for a straightforward temporal multiplexing by TG PL intensity detection. FRET-ratios, which were used for quantifying the miRNA target concentrations (Figure , were measured on two commercially available time-resolved fluorescence plate readers. The ratiometric detection of TG PL intensities of Cy5.5 acceptor and Tb donor allowed for precise and reproducible (low coefficients of variation) CHA-TG-FRET assays.

Figure 4 . 1

 41 Figure 4.1 Principle of CHA-TG-FRET probes for multiplexed quantification of two miRNAs. Target miR-21 (a) and miR-20a (b) were mixed with both Cy5.5-acceptor labeled H1 probes and Tb-donor labeled H2 probes. Specific sequences in H1, H2, and target miRNAs, each of which represents a short fragment (usually <12 nt) of DNA or RNA, are presented with numbereddomains(1 to 4). Complementarity between these domains is denoted by an asterisk (e.g., 1 and 1*). The miRNA targets serve as a toehold to initiate the opening of hairpin H1, which then opens hairpin H2 to form a dsDNA H1:H2 complex and displace the miRNA target. The released miRNA can then be recycled for another "H1 + H2 → H1:H2" reaction. Signal amplification by CHA was performed at room temperature for 3 h and resulted in the formation of many H1:H2 complexes, in which the Tb-to-Cy5.5 distance was 10 bps for the miR-21-specific complex (a) and 14 bps for the miR-20a-specific complex (b). Cy5.5 and Tb PL decay curves of increasing concentrations (0 pM to 400 pM from bottom to top) of miR-21 (c) and miR-20a (d) at constant concentrations (5 nM Cy5.5-acceptor labeled H1 and 5 nM Tb-donor labeled H2) of the miR-21 or miR-20a hairpin probes. The distinct PL decays were used to specifically quantify the different miRNAs. Ratiometric measurements (Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜, Equation 4.1) of Cy5.5 and Tb TG PL intensities (𝐼 𝑇𝐺 (𝑥)) in variable time windows (width 𝑥 and delay 𝑦) after the excitation pulse were used for quantifying miRNA target concentrations. In the case of duplexed miRNA quantification from a single sample within a single measurement, two different time windows were used (cf.Figure 4.4)
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 44 and the two Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜𝑠 mathematically correlated (Equation 4.2).
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 42 Figure 4.2 Specificity of the CHA-TG-FRET assay for miR-20a was tested against the same concentrations of the 2-nt mismatched miR-20b (compared to miR-20a). Only miR-20a resulted in a sensor response, whereas miR-20b did not lead to an increase of the FRET-ratio over the entire concentration range.
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 43 Figure 4.3 (A) CHA-TG-FRET miRNA assay calibration curves for miR-21 (a) and miR-20a (b). Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜𝑠 were calculated in TG PL detection windows from 0.1 to 0.9 ms. Error bars depict standard deviations from 9 measurement for c > 0 and from 30 measurement for 𝑐 = 0 . (B) Determination of LODs by plotting the calibration curves and linear fits (graph A) in the low concentration range. Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values three standard deviations (3σ, as calculated from 30 measurement of Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 at 𝑐 = 0, i.e. the blank sample) above the Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 of the blank were correlated with the linear calibration curve to determine the LOD concentrations (red).

  different labeling positions of Cy5.5 in H1 for miR-21 and H1 for miR-20a resulted in different FRET distances (and concomitant FRET efficiencies) between Tb and Cy5.5 in the double-stranded H1:H2 complexes after CHA amplification (Figure 4.1a and Figure 4.1b). Therefore, the two miRNA sensors provided two distinct FRET-sensitized Cy5.5 PL decay curves (left graphs in Figure 4.1c and Figure 4.1d). The FRET-quenched Tb PL decay curves (right graphs in Figure 4.1c and Figure 4.1d) were also different, which is less visible due to the relatively strong background of unquenched Tb-probes (those that did not participate in FRET). When assuming a distance of ~0.33 nm between two base pairs of dsDNA in solution [230], the Tb-Cy5.5 distances would correspond to ~3.3 nm (10 bps) for the miR-21 FRET-probe and ~4.6 nm (14 bps) for the miR-20a FRET-probe. Fitting the PL decay curves from Figure 4.1 for the actual FRET contributions resulted in slightly longer distances of 4.2  0.2 nm (Table

Figure 4 .

 4 4a shows the target-concentration-dependent PL decays of the duplexed assay in the presence of miR-21 (left), miR-20a (center), and both miR-21 and miR-20a (right) ). As expected, the PL decays of the dual-target samples presented a convolution of the shorter and longer PL decays of the miR-21 and miR-20a sensors, respectively. To accomplish simple deconvolution of the two contributions, we applied two different TG detection windows (also shown in Figure4.4a). For temporal multiplexing, the number of detection windows should match the number of targets and the temporal delays and widths of the windows should be adapted to the PL decays. In particular, the different targets need to provide distinct concentration-dependent PL intensity increase to the different windows and these intensities should be as high as possible. Therefore, the later windows are usually selected with a longer width. The detection width should not be too long either because the signal-to-background ratio is lower at later times of the PL decay curves. In our case, the first window (TG1, with width of 𝑥 = 0.7 ms and a delay of 𝑦 = 0.1 ms after the excitation pulse) showed obvious concentration-dependent intensity increases for both miR-21 and miR-20a, whereas the second one (TG2, with width of 𝑥 = 1.0 ms and a delay of 𝑦 = 1.0 ms) was significantly more specific for miR-20a (low concentration-dependent concentration increase for miR-21). For both TG detection windows, the FRET-ratios increased linearly with increasing target concentrations (Figure4.4b) and the sum of the single FRET-ratios (for each target) corresponded very well to the FRET-ratio of the mixed samples. These two properties confirmed that the two detection windows were well suited for duplexed detection. Using the four slopes of the single target calibration curves (black and red curves in Figure 4.4b), the concentrations of each target in the mixed samples can be determined by the Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values in both TG detection windows (blue data points in Figure 4.4b) and Equation 4.2, which presents a simple linear equation with a 2×2 matrix of the calibrated slopes.

Figure 4 . 5

 45 shows the selective, sensitive, and precise recovery of both miR-21 and miR-20a at varying low picomolar concentrations from the 13 different samples with quite high accuracy. For the 14 miRNA concentrations (those data points that were not zero), the accuracies (deviations from the known concentrations) were within 5 % for seven values, 10 to 20 % for five values, and 20 to 30 % for two values. The deviations from the 12 "zero-concentrations" were below 1 pM for five values, between 2 pM and 5 pM for six values, and 7 pM for one value.
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 441114142242 Figure 4.4 (a) PL decay curves of the duplexed CHA-TG-FRET miRNA assay measured in the Cy5.5-acceptor detection channels for increasing concentrations (0 pM to 400 pM from bottom to top) of miR-21, miR-20a, and both miR-21 and miR-20a in a single sample. (b) Concentration dependent FRET-ratios calculated from the TG PL intensities detected in TG1 and TG2 from the PL decay curves in graph a. Green data points present the sum of black and red data points for each concentration. The dotted lines present the single-target calibration curves, whose slopes ( z miR-21 TG 1 = 1.94×10 -4 pM -1 ; z miR-20a TG 1

Figure 4 .

 4 1a and Figure 4.1b) in the same sample.

Figure 4 . 5

 45 Figure 4.5 Concentration recovery of miR-21 and miR-20a from 13 samples with different concentrations of both targets using the duplexed CHA-TG-FRET miRNA assay. Dotted lines present known concentrations, data point present measured concentrations (error bars represent standard deviations from two measurements per sample).

Figure 4 . 6

 46 Figure 4.6 shows the concentrations of miR-21 and miR-20a for each sample measured with the three different methods. Single-target, duplexed, and RT-qPCR all detected very similar absolute concentrations of both miRNAs without systematic deviation from one to the other method, which shows that the multiplexed CHA-TG-FRET sensor provided excellent sensitivity and selectivity for miR-21 and miR-20a even in clinical samples. When comparing the single target to the duplexed results, one can find significant differences in samples A and C for miR-21 and in samples D and E for miR-20a. Considering that only one of the miRNA targets showed different concentrations (whereas the other target showed

Figure 4 . 6

 46 Figure 4.6 Absolute quantification of miR-21 (left) and miR-20a (right) in total RNA extracts from colon (A, B) and rectum (C, D, E) tissues with (A, C, D) and without (B, E) tumors. Single-target CHA-TG-FRET (magenta), duplexed CHA-TG-FRET (orange), and RT-qPCR (cyan) led to very similar concentrations. All concentrations were normalized to the concentrations of total RNA in the tissue extracts. Picomolar concentrations in the experimental volumes (used for measurements) and in the total RNA extracts as well as dilution factors (from samples to measurement volumes) can be found in Table 4.5.

  resulted in target-specific PL decays of the Cy5.5 FRET acceptors. The different decays allowed us to use two different TG detection windows for a simple PL intensity measurement that could specifically quantify the two different miRNA targets from a single sample with a single measurement and a single FRET pair. The ratiometric CHA-TG-FRET assays provided high precision, accuracy, reproducibility, and specificity (tested against a miRNA target with two mismatched nucleotides), low limits of detection (380  40 attomoles for miR-21 and 250  60 attomoles for miR-20a), and the simultaneous quantification of both miRNAs at different picomolar concentrations from the same sample.The potential application for clinical studies was demonstrated by quantifying miR-21 and miR-20a from total RNA extracts of five different human tissue samples (colon and rectum samples with and without tumors) by single-, duplexed-CHA-TG-FRET and RT-qPCR for comparison. In comparison to the RT-qPCR, CHA-TG-FRET amplifies signal by recycling the target, making it much less susceptible to sample cross contamination. CHA-TG-FRET is also much simpler than RT-qPCR because it requires neither reverse transcription of the target nor enzymes for amplification. The amplification is isothermal (no thermal cycling required) and linear (exponential amplification leads to larger errors due to contamination and non-specific amplification) and multiplexing can be performed in a single sample, with a single measurement, and a single excitation wavelength. The simple sample preparation and rapid ratiometric measurement are also advantageous concerning reliability and accuracy of the results, which are more complicated for RT-qPCR., PCR can provide much lower detection limits (down to single copies of nucleic acids) than CHA-TG-FRET, which is certainly advantageous for samples with extremely low target concentrations.While this proof-of-concept used two different miRNAs as targets for clinical diagnostics in tissues, it can be extended to other clinical samples, different miRNA targets, different nucleic acid biomarkers, and higher order multiplexing by using more colors and more FRET-distances. Together with complementary established and emerging technologies, CHA-TG-FRET can become a useful method for nucleic acid analysis and quantification in human samples for biomolecular research and clinical diagnostics.

  In the previous chapters, we have shown two sensitive and specific miRNA detection methods that combine isothermal amplification with Tb-to-Cy5.5 FRET. The utilization of Tb complexes and dyes as FRET pairs has the benefit of both small donors and acceptors, which allows for facile conjugation of nucleic acids (FRET probes) and more precise donoracceptor distance tuning. Compared to dyes, QDs have superior photophysical properties that can be effective energy acceptors. Their large absorption cross-sections result in very large spectral overlap integrals and hence long Förster distances, allowing for significantly longer FRET distances. Moreover, in color-multiplexing approach, the disadvantage of organic dyes for FRET applications is their spectral crosstalk, which predominantly results from the dye emissions of shorter wavelengths into the bandpass filters of longer wavelength dyes due to the significant overlap between the different dye emission spectra and needs to render tedious correction of measured signals. On the contrary, narrow and symmetric emission spectra of QDs favor their multiplexed detection without spectral crosstalk, and their size tunability enables using several different-sized QD acceptors for the same donor. In the previous work in our group[START_REF] Qiu | Rapid and Multiplexed MicroRNA Diagnostic Assay Using Quantum Dot-Based Förster Resonance Energy Transfer[END_REF], spectral multiplexed miRNA diagnostic has been realized by using Tb-to-QD-based FRET. Only 30 min of sample incubation and 7.5 s of measurement were required to selectively quantify three different miRNAs. As no amplification technology was used, the main drawback of this sensor is the relatively low sensitivity. However, the implement of amplification technology with QDbased FRET sensor is not as straightforward as with dye-based FRET sensor, and only a few studies on amplified QD-based FRET sensor for miRNA detection assay have been reported.
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 22 Optical spectroscopy Absorption spectra (Lambda 35 UV/Vis System, PerkinElmer) and emission spectra (SAFAS) for Tb and QD samples were recorded in HEPES buffer (100 mM, pH 7.4) and hybridization buffer, respectively. All spectra are shown in Figure 5.1.

Figure 5 . 1

 51 Figure 5.1 Absorption and emission spectra of the TG-FRET pair. (A) Spectra of Tb emission (green) that partly overlaps with the absorption of QD705 (red). (B) Emission spectra of Tb (green) and QD705 (red). Optical bandpass filter transmission spectra, which represent the detection channels for Tb and QD705, are shown in gray.

Figure 5 . 2

 52 Figure 5.2 The principle of miRNA detection by HRCA-amplified TG-FRET. (A) After specific recognition of miRNA by a linear padlock-DNA, the padlock-DNA nick is ligated over the miRNA target splint using SplintR ligase, and the miRNA becomes a primer for a phi29 polymerase to synthesize and displace complimentary DNA around the circularized padlock-DNA, producing a long DNA strand (RCA product). The reverse primers specifically bind to the complementary region of the RCA product to initiate the HRCA reaction, producing large amounts of singlestranded DNAs with various lengths (HRCA products). The HRCA products are incubated with Tb donor (reporter ssDNA probes labeled with Tb) and QD705 acceptor DNA probes (adapter ssDNA probes conjugated to QD705 via streptavidin-biotin interaction), and the close distance of Tb and QD705 allows for Tb-to-QD705 FRET. Thus, the TG-FRET signal can be used for quantifying miRNA without any washing or separation steps. (B) Ratiometric TG-FRET, which measures the ratio of FRET-sensitized QD705 PL and FRET-quenched Tb PL within a specific time-window after pulsed excitation (to suppress autofluorescence), is used to quantify the miRNA target in a 140 µl microwell. Black/blue decay curves present signals without/with target miRNA.

Figure 5 . 3

 53 Figure 5.3 Electrophoresis gel for DNA ladder marker (lane M), padlock (lane 1), HRCA product in the absence (lane 2) and presence (lane 4) of target miR-21, HRCA product in the absence of reverse primer (lane 3).

Figure 5 . 4

 54 Figure 5.4 (A) Time-resolved PL decay curves of FRET-sensitized QD705 and FRET-quenched Tb, and (B) calibration curve of miR-21 over a lager concentration range from 0 pM to 500 pM within 140 µl solutions per microwell.

Figure 5 . 5

 55 Figure 5.5 Optimization for padlock concentration (A), reverse primer concentration (B), HRCA reaction time (C) and concentration ratio between adapter probe and QD705 (adapter probe:QD705) (D) in the presence of 50 pM miR-21.

1 )(Figure 5 .

 15 without target) for each target concentration 𝑐 = 𝑥 (Equation5.The concentration-dependent Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values were used to determine the calibration curves for the miRNA target. The calibration curve (Figure5.6A) showed increasing Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values with increasing miR-21 concentrations in a concentration range between 0 pM and 15 pM. The LOD was estimated (three standard deviations over the blank sample calculated from n = x measurements) to be 11 ± 4 attomole (80 ± 30 fM).The target specificity of HRCA-amplified TG-FRET was evaluated against miR-20b 6B). Concentration-dependent increasing Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values exclusively occured for target miR-21. Taking into account our previous study on specificity of RCAamplified TG-FRET miRNAs detection in Chapter 3, it showed excellent specificity against precursor miRNA (pre-miRNA) and miRNAs with single nucleotide variations. The versatility of the padlock design can overcome the mismatch-caused positive offset.Besides, the 3' to 5' exonucleolytic activity and highly accurate replication of phi29 DNA polymerase can also correct errors caused by incorporation of mismatched deoxyribonucleotides as well as pre-miRNAs which have two 3' and 5' overhangs. Overall, HRCA-amplified TG-FRET quantification of miRNA provided excellent performance concerning sensitivity and specificity.

Figure 5 . 6

 56 Figure 5.6 (A) Assay calibration curve showed linearly increasing Δ𝐹𝑅𝐸𝑇-𝑟𝑎𝑡𝑖𝑜 values (the FRET-ratio subtracted by the FRET-ratio without target) over target miR-21 concentration with a LOD of 11 ± 4 attomole (80 ± 30 fM). (B) Target specificity was demonstrated against various amounts of miR-20b.

  thesis presents three successful LTCs-based FRET biosensors for miRNA biomarker diagnostics based on isothermal amplification methods and TG measurements. To overcome the analytical challenges arising from the unique characteristics of miRNAs (small size, low abundance, sequence similarity, etc.), three different isothermal amplification methods (RCA, CHA, HRCA) were exploited and carefully designed into individual biosensors. TG measurement in combination with long-lived LTCs as donor and short-lived Cy5.5 or QD as acceptors was used to avoid the background interferences including auto-fluorescence of the biological matrix as well as the light scattering from the excitation source. By collecting both FRET-sensitized and FRET-quenched donor PL intensities from individual detection channels, the ratiometric output (the ratio of the timegated PL intensities of the FRET-sensitized acceptor and FRET-quenched donor) was calculated to quantify the target miRNAs. All of these biosensors provide a homogeneous and one-step assay format, and benefits of sensitivity, selectivity, simplicity, and robustness.

Figure 7 .

 7 Figure7.1a is a modified KRYPTOR compact PLUS (Thermo Fisher Scientific, France) using 500 detection bins of 2 μs integration time. The system has an integrated pulsed nitrogen laser with an excitation wavelength of 337 nm and a repetition rate of 20 Hz.

Figure 7 .

 7 Figure 7.1b is a prototype from Edinburgh Instruments (UK) developed during a joined project and referred in this work as plate reader. The system allows time-resolved FRET assay measurements using 4000 detection bins of 2 μs integration time. The excitation source was a pulsed nitrogen laser (MNL 100, LTB Berlin) with an excitation wavelength of 337 nm and a repetition rate of 20 Hz. The instrumental construction for all used plate readers is shown in Figure 7.1c. After sample excitation, a dichroic mirror is used to separate the emission signals from the sample into two individual detection channels. This separation allows the simultaneous measurement of the FRET acceptor signals (ChA) and the FRET donor signals (ChD) using two photomultiplier tubes (PMTs). A further selection of the emission wavelengths inside the channels is obtained by the use of bandpass filters (Semrock), which are optimized for the emission detection of the LTCs and for the Cy5.5 dyes or QD.

Figure 7 . 1

 71 Figure 7.1 Two fluorescence plate readers used in this thesis. (a) Modified KRYPTOR compact plus (Thermo Fisher Scientific. (b) Prototype from Edinburgh Instruments developed during a joined project. (c) Simplified schematic instrumental construction.

  photoluminescence (PL) dans des fenêtres temporelles beaucoup plus longue que la décroissance naturelle des colorants/QD, mais toujours pendant la durée de vie de la décroissance des LLC, l'excitation directe des colorants/QD accepteurs et toute autofluorescence peuvent être efficacement supprimées, ce qui simplifie considérablement analyse du système. Cette thèse peut être divisée en huit chapitres. Après l'introduction, le contexte, trois études individuelles sont présentées, puis complétées par un résumé et des perspectives, une annexe et une bibliographie. Chaque étude est corroborée par l'introduction, le matériel et les méthodes, les résultats et la discussion, et la conclusion. Dans la première étude, je présente un essai de détection de miARNs utilisant une amplification enzymatique à cercle circulaire (RCA) LTCs-à-colorant TG-FRET. Ma contribution à cette étude a été l'investigation des échantillons cliniques, en particulier, la préparation d'échantillons, les expériences RCA-FRET, les expériences RT-qPCR et l'analyse des données. Dr. Jiajia Guo a également contribué aux travaux expérimentaux et Dr. Xue Qiu a conçu les études et rédigé le manuscrit. Tous les auteurs ont contribué à l'édition et à la rédaction du manuscrit et ont approuvé sa version finale à la revue (X. Qiu, J. Xu, J. Guo, A. Yahia-Ammar, N.-I. Kapetanakis, I. Duroux-Richard, J.J. Unterluggauer, N. Golob-Schwarzl, C. Regeard, C. Uzan, S. Gouy, M. DuBow, J. Haybaeck, F. Apparailly, P. Busson, and N. Hildebrandt. Chemical Science 2018, 9, 8046-8055. Troisième article de la Section List of publications). La combinaison de RCA avec TG-FRET entre les donneurs de LTC et les accepteurs Cy5.5 a abouti à une seule spécificité et sensibilité de la variante nucléotidique avec une limite de détection (LOD) jusqu'à 4.2 ± 0.5 attomole (30 ± 3 fM) pour miR-21, 6.8 ± 0.8 attomole (48 ± 5 fM) pour miR-132 et 14 ± 2 attomole (99 ± 10 fM) pour le miR-146a. La quantification du miR-21 à partir des tissus humains et des échantillons de plasma a révélé la pertinence pour le diagnostic du cancer du sein et de l'ovaire. Cette étude a démontré la large applicabilité à différents miARNs et à d'autres types d'échantillons cliniques. La comparaison directe avec l'étalon ou RT-qPCR a montré les avantages du TG-FRET amplifié en ce qui concerne la précision et la spécificité lors de la quantification de faibles concentrations de miARN comme requis pour les applications

Figure 1 . 1

 11 Figure 1.1 Représentation schématique du test de détection de miARN utilisant des LTCs à colorant TG-FRET amplifiés par RCA.

Figure 1 . 2

 12 Figure 1.2 Représentation schématique pour l'analyse de détection des miARN multiplexés (miR-21 et miR-20a) à l'aide de LTC à colorant TG-FRET amplifiés par CHA.

Figure 1 . 3

 13 Figure 1.3 Représentation schématique pour l'analyse de détection de miARN en utilisant des LTC amplifiés HRCA en TG-FRET QD.

  

  

  

  

  

Table 2 . 1

 21 Several important miRNAs that are associated with human cancers/tumors. (Adapted with permission from reference[START_REF] Medicine | MicroRNAs in medicine[END_REF]. Copyright 2013 John Wiley and Sons.)

	MiRNAs	Cancers/tumors association	Function
		colorectal, lung, breast, liver, stomach, and	
		pancreatic cancers; chronic lymphocytic	
	miR-21	leukemia; neuroblastoma; glioblastoma; diffuse	oncogene
		large B-cell lymphoma; acute myeloid	
		leukemia; Hodgkin's lymphoma	
	miR-17-92 cluster	breast, lung, colon, stomach, and pancreatic cancers; lymphomas	oncogene
	miR-155	lung, breast, and colon cancers; chronic lymphocytic leukemia; B-cell lymphoma	oncogene
	miR-221 and miR-222	chronic lymphocytic leukemia; thyroid carcinoma; hepatocellular carcinoma	oncogene
	miR-372 and miR-373	testicular tumors	oncogene
	let-7 family	lung, breast, colon, stomach, and ovarian cancers	tumor suppressor
	miR-15a and miR-16-1	prostate cancer; chronic lymphocytic leukemia; multiple myelomas; pituitary adenomas	tumor suppressor
		lung and breast cancers; acute myeloid	
	miR-29	leukemia; chronic lymphocytic leukemia;	tumor suppressor
		cholangocarcinoma	
	miR-31	breast cancer	tumor suppressor
	miR-34	colon, lung, breast, kidney, bladder, pancreatic, and liver cancers; neuroblastoma; melanoma	tumor suppressor
	miR-126	colorectal, gastric, lung, prostate, bladder, and breast cancers	tumor suppressor
	miR-145	breast and colon cancers	tumor suppressor
	miR-203	hepatocellular and pancreatic tumors	tumor suppressor

Table 2 .2).

 2 Owing to the high sensitivity, RT-qPCR and NGS are the most often applied approaches for detecting miRNAs, and have been used for commercial test. However, each method has limitations,

	such as low sensitivity (microarray, NB) and throughput (ISH, NB, RT-qPCR), expenditure
	of costs (microarray, NGS), specialized and expensive instruments (NGS, microarray, ISH),
	lack of absolute quantification (microarray, NGS) and high-order multiplexing from a
	single sample (RT-qPCR, NGS), time consuming procedures, and difficulties associated
	with comparable results across different platforms.

Table 2 . 2

 22 Advantages and disadvantages of the conventional methods used to detect miRNAs. (Adapted with permission from reference[START_REF] Chandrasekaran | DNA nanotechnology approaches for microRNA detection and diagnosis[END_REF]. Copyright 2019 Oxford University Press.)

	Methods	Advantages	Disadvantages
	RT-qPCR -widely used for high sensitivity	-lack of multiplexing
			-biases and errors due to exponential
			amplification
	microarray -provides genome wide coverage	-low sensitivity
		-multiplexing capability	-lack of absolute quantification
			-requires specialized instruments
			-requires specific probes
			-difficult data normalization
			-lack of reproducibility
	NGS	-high sensitivity	-lack of absolute quantification
		-provides genome-wide coverage	-lack of multiplexing
		-identifies novel miRNAs	-requires specialized instruments
		-identifies single nucleotide	-requires skilled bioinformatician
		polymorphisms in miRNAs	-complicated data analysis
	ISH	-spatiotemporal distribution in cells	-low throughput
		or tissue sections	-requires specialized instruments
			-requires specialized skills
			-laborious
			-time consuming
	NB	-detects non-amplified miRNAs	-low sensitivity
			-low throughput
			-requires many starting materials
			-laborious
			-time consuming
			-radioactivity

Table 2 . 3

 23 Summary of the isothermal amplification-based methods for miRNA detection. (Adapted with permission from reference[START_REF] Deng | Isothermal Amplification for MicroRNA Detection: From the Test Tube to the Cell[END_REF]. Copyright 2017 American Chemical Society.)

	Methods Amplification mechanism	Enzyme	Role of miRNA	Linear or exponential amplification
	RCA	polymerase extension, strand displacement	DNA polymerase, ligase	primer	both
	DSNSA	cleaving DNA probe	duplex-specific nuclease template	linear
	LAMP	polymerase extension, strand displacement	DNA polymerase	primer	exponential
	SDA	polymerase extension, strand displacement, nicking	DNA polymerase, nicking endonuclease	primer or initiator	both
	CHA	strand displacement	enzyme-free	initiator	linear
	HCR	strand displacement	enzyme-free	initiator	linear

  When the 𝑘 𝐹𝑅𝐸𝑇 and other decay rates are in equilibrium (𝑘 𝐹𝑅𝐸𝑇 = 𝑘 𝐷 + 𝑘 𝐷-𝑁𝑅 = 𝜏 𝐷 -1 ), and the FRET efficiency (𝜂 𝐹𝑅𝐸𝑇 ) is 50% at a distance 𝑟, this distance is commonly referred as Förster distance 𝑅 0 , which can be calculated by replacing 𝑘 𝐹𝑅𝐸𝑇 with 𝜏 𝐷 -1 and 𝑟 with 𝑅 0

	in Equation 2.2:				
	𝑅 0 = (	9(ln 10)κ 2 Փ 𝐷 128𝜋 5 𝑁 𝐴 𝑛 4 𝐽(𝜆))	1 6 ⁄	= 0.02108(κ 2 Փ 𝐷 𝑛 -4 𝐽(𝜆)) 1 6 ⁄ nm	(2.2)
	The spectral overlap integral 𝐽(𝜆) describes the degree of energetic resonance between
	donor and acceptor (Figure 2.6), which is accessible with precise spectroscopy
	measurements and is given by Equation 2.3:	
		𝐽 = ∫ 𝐼 𝐷 ̅ (𝜆) 𝜀 𝐴 (𝜆) 𝜆 4 𝑑𝜆	(2.3)
			9(ln 10)κ 2 Փ 𝐷 128𝜋 5 𝑁 𝐴 𝑛 4 𝜏 𝐷 𝑟 6 𝐽(𝜆)	(2.1)
	where κ 2 is the orientation factor of coupled donor and acceptor transition dipole
	moments, Փ 𝐷 is the luminescence quantum yield of donor in absence of energy transfer,
	𝑁 𝐴 is Avogadro's number (6.023 × 10 23 mol -1 ), 𝑛 is the refractive index of the medium, 𝜏 𝐷
	is the luminescence lifetime of donor (in the absence of acceptor), 𝑟 is the distance between
	donor and acceptor, and 𝐽(𝜆) is the spectral overlap integral between the donor emission
	and acceptor absorption defined in wavelength scale.	

where 𝜀 𝐴 (𝜆) is the acceptor extinction coefficient (or molar absorptivity) spectrum, 𝐼 𝐷 ̅ (𝜆)

  The overall quantum yield of a LLC (Փ 𝐿𝐿𝐶 𝑙𝑖𝑔𝑎𝑛𝑑 ), given by Equation 2.10, can be increased by improving 𝜂 𝐸𝑇 and Փ 𝐿𝐿𝐶 𝐿𝑛 : 𝐿𝐿𝐶 𝑙𝑖𝑔𝑎𝑛𝑑 is the overall quantum yield of LLC from indirect excitation of the Ln 3+ ion through the antenna ligand, Փ 𝐿𝐿𝐶 𝐿𝑛 is the intrinsic quantum yield from direct excitation of the Ln 3+ ion, 𝜂 𝐸𝑇 is the intramolecular energy transfer efficiency from ligand to Ln 3+ ion.

	Փ 𝐿𝐿𝐶 𝑙𝑖𝑔𝑎𝑛𝑑 =	𝑝ℎ𝑜𝑡𝑜𝑛𝑠 𝑒𝑚𝑖𝑡𝑡𝑒𝑑 𝑏𝑦 𝐿𝑛 𝑝ℎ𝑜𝑡𝑜𝑛𝑠 𝑎𝑏𝑠𝑜𝑟𝑏𝑒𝑑 𝑏𝑦 𝑙𝑖𝑔𝑎𝑛𝑑	= 𝜂 𝐸𝑇 × Փ 𝐿𝐿𝐶 𝐿𝑛	(2.10)
	where Փ			

Improved 𝜂 𝐸𝑇 can be achieved by selecting the antenna ligand with a high intramolecular energy transfer rate. Improved Փ 𝐿𝐿𝐶 𝐿𝑛 can be achieved by the Ln 3+ ion carrier chelate, which protects the centered Ln 3+ ion from the aqueous matrix quenching, and thus minimizes the nonradiative process.

  Therefore, the decay time of donor in the presence of acceptor (𝜏 𝐷𝐴 ) can be replaced by the decay time of acceptor in the presence of donor (𝜏 𝐴𝐷 ) in Equation 2.8, and both quenched donor emission and sensitized acceptor emission can be used for time-resolved FRET

	analysis. Moreover, detection of FRET-sensitized acceptor luminescence combined with
	time-windows can get rid of background signal including auto-fluorescence, direct acceptor
	luminescence, or pure donor luminescence (assuming no spectral crosstalk). As a
	consequence, concentration effects and incomplete bioconjugation arising from excessive
	concentrations of donor or acceptor, unlabeled biomolecules, and free donor or acceptor
	can be largely avoided.

Long decay time. Long-lived excited state is one of highlighted properties of LTCs discussed in the last section. While, as mentioned in Section 2.3.2, the significant difference in the excited-state lifetimes of donor and acceptor results in approximately equal luminescence decay times for FRET-quenched donor and FRET-sensitized acceptor.

(ii) Unpolarized emission. Due to the multiple transition dipole moments (unpolarized emission), LTCs are able to act as randomized donors. Thus, the orientation factor κ 2 value can be limited between 1 3

⁄ and 4 3 ⁄ as discussed in Section 2.3.1. In most cases, FRET acceptor is generally labeled to a biomolecule that has fast isotropic rotation. Therefore, the system is in a dynamic averaging regime and κ 2 becomes 2 3 ⁄ . Even with an acceptor having a fixed transition dipole moment, 2 3 ⁄ is still an appropriate approximation.

Table 3 . 1 .

 31 Alloligonucleotides were purchased from Eurogentec. Phosphate DNAs were purified with polyacrylamide gel electrophoresis. All other modified DNAs and RNAs were purified with The Tb-DNA conjugates were purified 3 times with HEPES buffer (100 mM, pH 7.4) by Zeba Spin Desalting Columns (7 kDa MWCO). Tb concentrations were determined by absorbance measurements at ca. 340 nm using a molar absorptivity of ca.

HPLC. Lumi4-Tb-NHS (Tb-NHS) was provided by Lumiphore, Inc. Tb-DNA conjugates were obtained by mixing Tb-NHS in concentration excess to amino-functionalized oligonucleotides in 100 mM carbonate buffer at pH 9.0. The mixtures were incubated overnight at 4 ℃.

Table 3 . 1

 31 Sequences and modifications of all DNA and RNA probes and targets. Sequence differences shown in red, sequence similarities shown in magenta, target-specific termini of padlock DNA shown in blue, Tb-probe-complementary sequences shown in green, and Cy5.5probe-complementary sequences shown in orange.

	Probe	Sequence 5'-3'	Modification
	miR-21	UAG CUU AUC AGA C UGA UGU UGA	
	miR-146a	UGA GAA CUG AAU UCC AUG GGU U	
	miR-132	UAA CAG UCU ACA GCC AUG GUC G	
		UGU CGG G UAG CUU AUC AGA CUG AUG	
	pre-miR-21	UUG A CUG UUG AAU CUC AUG GCA ACA	
		CCA GUC GAU GGG CUG UCU GAC A	
	miR-2110 (A→G)	UAG CUU AUC GGA CUG AUG UUG A	
	miR-214 (C→U)	UAG UUU AUC AGA CUG AUG UUG A	
	miR-2117 (U→A)	UAG CUU AUC AGA CUG AAG UUG A	
	RNAint (terminal)	UAA AGU GCU UAU AG UGA UGU UGA	
	RNAint (internal)	UAA AGU GCU UAU AG UGA UGU UGA GCA GGU AG	
		TGA TAA GCT A ATA TAT GAT GG AAT	
	padlock-21	CAA GAC AAT ATT GTT GAT GCC GAA TTT TTC AAG AG GAA ATG T TCA ACA	5'-Phosphate
		TCA GTC	
		TTC AGT TCT CA ATA TAT GAT GG AAT	
	padlock-146a	CAA GAC AAT ATT GTT GAT GCC GAA TTT TTC AAG AG GAA ATG T AAC CCA	5'-Phosphate
		TGG AA	
		GTA GAC TGT TA ATA TAT GAT GG AAT	
	padlock-132	CAA GAC AAT ATT GTT GAT GCC GAA TTT TTC AAG AG GAA ATG T CGA CCA	5'-Phosphate
		TGG CT	
	Tb-probe	AAT CAA GAC AAT ATT GTT	5'-C6 amino
	Cy5.5-probe		

Table 3 . 2

 32 Total RNA concentrations and sample volumes of clinical samples. Corresponding Figures are shown on the left hand column.

	and incubated at 37 ℃ for 1 h. Afterwards, 15 µl phi29 DNA polymerase reaction buffer
	(BUFFER-2, 1× buffer components: 50 mM Tris-Cl, 10 mM MgCl2, 10 mM (NH4)2SO4, 4
	mM DTT, pH 7.4), which contained 5 U of phi29 DNA polymerase (New England Biolabs)
	and 0.5 mM dNTP (New England Biolabs), was added and incubated at 37 ℃ for 3 h.
	Before termination of the polymerization process, 2.5 nM Tb probe and 2.5 nM Cy5.5 probe
	prepared in 120 µl hybridization buffer (BUFFER-3, 20 mM Tris-Cl, 500 mM NaCl, 0.1%
	BSA, pH 8.0) were added and then incubated in a thermal cycler with a temperature control
	program (65 ℃ for 10 min, decreased from 65 ℃ to 22 ℃ with a 2 ℃ min -1 speed, 22 ℃
	for 10 min). From the total reaction volume of 150 µl, 140 µl were measured in 96-well
	microtiter plates on the clinical immunofluorescence plate reader KRYPTOR (Thermo
	Fisher Scientific) with time-gated (0.1-0.9 ms) PL intensity detection using optical
	bandpass filters (Semrock) with 494 ± 12 nm for the Tb detection channel and 716 ± 24 nm
	for the Cy5.5 detection channel.

5 nM padlock probe and an appropriate amount of the target miRNA were prepared in 10 µl optimized SplintR DNA ligase reaction buffer (BUFFER-1, 50 mM Tris-HCl, 10 mM MgCl2, 100 mM NaCl, 10 µM ATP, 10 mM DTT, pH 7.6), and the mixture was incubated in a thermal cycler with a temperature control program (80 ℃ for 2 min, decreased from 80 ℃ to 22 ℃ with a 2 ℃ min -1 speed). Then, 21.5 U of SplintR DNA ligase (New England Biolabs) prepared in 5 µl BUFFER-1 was added to the mixture

Table 3 . 3

 33 Relevant information on human research participants.

	Plasma samples

estrogen receptor: positive, progesterone receptor: positive, no Her2 overexpression estrogen receptor: positive, progesterone receptor: negative, no Her2 overexpression estrogen receptor: positive, progesterone receptor: positive, no Her2 overexpression estrogen receptor: positive, progesterone receptor: moderately positive, no Her2 overexpression

Table 4 . 1

 41 Sequences and modifications of all RNA targets and hairpin DNA probes. Nucleotides with amino-modification for Cy5.5 conjugation are displayed in bold/underlined. Probe-specific domains (cf.

Table 4 .2.Table 4 . 2

 442 Total RNA concentrations and sample volumes of clinical tissue samples.

	Sample name	Patient number (internal database)	Extracted from	Concentration of Total RNA in ng/µl
	A	3	Colon, tumor	1076
	B	11	Colon, healthy	576
	C	9	Rectum, tumor	575
	D	10	Rectum, tumor	386
	E	17	Rectum, healthy	103

Table 4 . 5

 45 Concentrations of miR-21 and miR-20a in the experimental volumes and in the total RNA extracts and dilution factors used to dilute the total RNA extract samples to measurement volumes. Total RNA concentrations in copies per ng total RNA are the same as in Figure 4.6.

  -Tb-NHS (Tb-NHS) was provided by Lumiphore Inc. Qdot705 ITK Streptavidin Conjugate Kit was purchased at Invitrogen by Life Technologies. Sequences and modifications of all DNA and RNA oligonucleotides are summarized in Table 5.1. All oligonucleotides were purchased from Eurogentec and purified with HPLC. Zeba Spin Desalting Columns (7 kDa MWCO) were purchased from Thermo Fisher Scientific.

	SplintR ligase, phi29 DNA polymerase, dNTP and nuclease-free water were purchased
	from New England Biolabs. Deionized water was purified by Purelab Option-Q equipped
	with bio-filter, ELGA LabWater.

Table 5 . 1

 51 Sequences and modifications of all DNA and RNA probes and targets. Target-specific termini of padlock DNA shown in blue, reverse primer-specific sequences shown in underline, Tbprobe-complementary sequences shown in green, and QD-probe-complementary sequences shown in red.

	Probe	Sequence 5'-3'	Modification
	miR-21	UAG CUU AUC AGA CUG AUG UUG A	
	miR-20b	CAA AGU GCU CAU AGU GCA GGU AG	
		TGA TAA GCT A GAA AG ACG GAC TCG	
	padlock-21	CAT TCA CTG TCT AAC AAT ATT GTC TTG ATT GAA GAC AGA CGA CAG AAC AG TCT	5'-Phosphate
		TCA ACA TCA GTC	
	reverse primer	GAC AGA CGA CAG AAC AG	
	reporter probe (Tb-probe)	AAT CAA GAC AAT ATT GTT	3' C6 amino
	adapter probe (QD-probe)	CAG TGA ATG CGA GTC CGT CT	5' TEG biotin

  .1). First, target miR-21 is specifically hybridized by the two ends of the linear padlock-DNA that circularizes upon target recognition. Then, the padlock nick is ligated over the target splint, which makes the target a primer for a polymerase to synthesize complementary DNA around the circular probe DNA, producing a long DNA strand with repeated sequences (rolling circle product). Meanwhile, the reverse primer may specifically bind to the complementary region of the RCA product to initiate the HRCA reaction. It produces large amounts of single-stranded DNAs with various lengths, which can hybridize

with Tb-labeled reporter probes (donor DNA probes) and QD705-sAv-Biot-DNA adapter probes (acceptor DNA probes). The close distance of Tb and QD705 allows for Tb-to-QD705 FRET, which is not possible if both are free in solution (no hybridized to HRCA product). Ratiometric TG-FRET signal is used to quantify target miRNA, which measures the ratio of FRET-sensitized QD705 PL and FRET-quenched Tb PL within a specific timewindow after pulsed excitation (to suppress autofluorescence).

  5 distances in two distinct signaling duplexes, resulting in distinct PL decay times of the same FRET pair. We selected two different TG windows to collect PL intensities that fulfill the following prerequisites: i) different target miRNAs have distinct contributions, and ii) there are enough photons in the selected time windows to provide sensitive determination of the targets. The contributions of different miRNAs in different TG

	dye-based FRET sensor. The compatibility and affinity effectiveness of amplified DNA products and QD are uncertain and often unpredictable. For realizing a sensitive detection LLCs luminescent lanthanide complexes 7. Appendix NHS N-hydroxysuccinimide
	we tried different strategies, such as using various endonucleases for obtaining different formats of amplified DNA products, QDs with different size, different padlocks and VB valence band 7.1 Abbreviations CB conduction band
	experimental conditions and, not all attempts could led to the expected results. Nevertheless, miRNA microRNA pre-miRNA precursor miRNA
	I finally managed to develop a highly sensitive miRNA assay based on Tb-to-QD FRET RT-qPCR reverse transcription quantitative polymerase chain reaction Tb Lumi4-Tb
	and HRCA. The proof-of-concept was successful but further steps, such as actrual NGS next-generation sequencing RCP rolling circle product
	multiplexing and adaption to real clinical samples, are still necessary to translate this ISH in situ hybridization LPS lipopolysaccharide
	nanosensor into clinical diagnostics. Nevertheless, it presents a promising alternative for NB northern blotting
	sensitive miRNA diagnostic and has a strong potential to achieve spectral multiplexing with LTCs luminescent Tb complexes
	several different QD colors, or even high-order spectrotemporal multiplexing by tuning FRET Förster resonance energy transfer
	distances between each Tb-to-QD FRET pair. TG-FRET time-gated FRET
	QD	quantum dot
	PL	photoluminescence
	RCA	rolling circle amplification
	LOD	limit of detection
	THP-1 cells	acute monocytic leukemia cells
	which will decrease the consumption of analytical reagents and the amounts of clinical CHA catalytic hairpin assembly
	samples needed. However, compared to other two-enzyme-involved amplified (RCA, HRCA hyperbranched rolling circle amplification
	HRCA) biosensors, this CHA-amplified biosensor suffers from the relatively lower PCR polymerase chain reaction
	sensitivity. While it is still sufficient to detect directly in tissue samples, the lower cDNA complementary DNA
	sensitivity limits its application in plasma samples that contain extremely low amounts of ssDNA single-stranded DNA
	miRNAs. Nevertheless, it is superior in simplify, rapidity, cost-effectiveness, and dsDNA double-stranded DNA
	multiplexing capability. DSNSA duplex-specific nuclease signal amplification
	QDs are excellent FRET acceptor candidates owing to their intrinsic photophysical LAMP loop-mediated isothermal amplification
	properties. Especially, their narrow emission bands and size-tunable emission peaks make SDA strand-displacement amplification
	them superior in multiplexing then dyes. In the third work, we developed a HRCA-HCR hybridization chain reaction
	amplified nanosensor based on Tb-to-QD FRET. Unfortunately, the implementation of MB molecular beacon
	amplification technology with QD-based FRET sensor is not as straightforward as with BPs binary probes
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windows were deconstructed by a simple matrix calculation, realizing the simultaneous quantification of two distinct miRNAs in a single sample. Unlike other multiplexing strategies that utilize different parameters (e.g., different colors or polarizations), the proposed biosensor only needs one single measurement to distinguish different miRNAs,

I thank China Scholarship Council for the funding and supporting of my PhD fellowship.

biomarkers has been achieved specifically and sensitively using time-gated LTCs-to-QD FRET strategy (Figure 2

.19).

Figure 2. [START_REF] Zhang | Secreted Monocytic miR-150 Enhances Targeted Endothelial Cell Migration[END_REF] FRET-based biosensor using QDs as acceptors and LTCs as donors for clinically relevant biomarkers detection. a. Schematic illustration of the duplexed detection for epidermal growth factor receptors EGFR and HER2 with the combination of different types of antibodies against EGFR and HER2. (Adapted with permission from reference [START_REF] Qiu | Nanobodies and antibodies for duplexed EGFR/HER2 immunoassays using terbium-to-quantum dot FRET[END_REF]. Copyright 2016 American Chemical Society.); b. Left: Schematic illustration of the three FRET systems for multiplexed miRNAs detection; Right: The three FRET systems can be distinguished by the PL emission spectra of the QD acceptors, which are detected (together with the Tb PL spectrum) at different detection channels (gray spectra in the background). (Adapted with permission from reference [START_REF] Qiu | Rapid and Multiplexed MicroRNA Diagnostic Assay Using Quantum Dot-Based Förster Resonance Energy Transfer[END_REF]. Copyright 2015 American Chemical Society.)

RNA extraction

Tissue material was obtained with informed consent at the Medical University of Graz and the St. John of God Hospital Graz under approval from the ethics committee of the Medical University of Graz and the ethics committee of the St. John of God Hospital Graz (23-015 ex 10/11). All breast tissue samples were gathered in course of routine interventions and autopsies, respectively, and used in an anonymized/pseudonymized way. The use was approved by the responsible ethics committee. All plasma samples were collected from anonymized patients with written informed consent under the agreement of the responsible ethical committees (official permission n° 2746 by the "comité de protection des personnes Ile de France III" -January 5, 2010). For all plasma samples, miRCURY TM RNA Isolation Kit-Biofluids (Exiqon) was used for the extraction of small RNA. The extraction was performed according to the manufacturer's instructions. In a typical experiment, 250 µl of each plasma sample was centrifuged at 3000g for 5 min to pellet any debris and insoluble components after thawing. 200 µl of supernatant was transferred to a new tube and 60 µl Lysis solution and 1.2 µl MS2 RNA (Sigma-Aldrich) were added into the solution for 3 min at room temperature to lyse plasma components. After that, 20 µl protein precipitation solution was added for 1 min at room temperature. The precipitated mixture was centrifuged for 3 min at 11,000g and the clear supernatant was transferred into a new collection tube.

Then, 270 µl isopropanol was added to the collected supernatant, and the solution was loaded to a microRNA Mini Spin Column for 2 min at room temperature. After centrifuging for 30 s at 11,000g, the solution was washed once with 100 µl washing solution 1 and twice with washing solution 2 (700 µl and 250 µl). Finally, the RNA was eluted with 50 µl RNase free water, and all RNA extractions were stored at -80 ℃. Total RNA was isolated from snap-frozen human breast tissue samples using Trizol reagent (Life Technologies), followed by extraction with phenol-chloroform. THP-1 cells were grown in RPMI 1640 supplemented with 10% fetal calf serum, 1% penicillin/streptomycin, and L-glutamine.

THP-1 cells were not treated (0 h) or treated for 24 h (24 h) with LPS (1 µg ml -1 ). Total RNAs were extracted using a miRNeasy Mini Kit with a Qiacube (QIAGEN), according to

Absolute quantification of miRNA by amplified TG-FRET

Absolute concentrations of unknown miRNAs were determined by using a calibration curve (FRET-ratio over concentration) constructed with the use of synthetic miRNAs with known concentrations (between 0.05 and 1.0 pM within 140 µl solutions). Unknown miRNAs were diluted at different dilution factors to be sure that their concentration range fitted the one of the calibration curves.

RT-qPCR miRNA assays

TaqMan MicroRNA Assay Kits (Thermo Fisher) were used for all RT-qPCR experiments.

All plasma RNA extracts were diluted five times. Breast cancer tissue RNA extracts were diluted to 0.5 ng µl -1 of total RNA, except for breast tumor samples 3, 4, and 6 (Table 3.2 difference between healthy and ovarian cancer samples (62% above and 38% below threshold line), whereas RT-qPCR showed only minor differences (17% above and 83% below threshold line). Comparing all samples in a scatter plot (TG-FRET vs. RT-qPCR concentrations, Figure 3.7B) showed the difference between both techniques. Although samples were distributed below and above the ideal 1:1 line, a trend toward higher RT-qPCR concentrations (~3:1) became evident. The scatter plot also showed a large concentration distribution of both healthy and cancer samples and the better distinction of cancer and healthy samples for TG-FRET. Although the results showed a better analytical performance of TG-FRET, they also confirmed the challenges of miRNA quantification in plasma and that larger sample cohorts are necessary to provide a clear clinical conclusion [START_REF] Graybill | Emerging Biosensing Approaches for microRNA Analysis[END_REF]. Nevertheless, the outcome of this study on 26 different plasma samples clearly showed that amplified TG-FRET has a large potential to add significant advantages to clinical studies with large patient cohorts.

A narrower distribution of TG-FRET-determined concentrations was also found for breast cancer tissues (Figure 3.8A). Although we disposed fewer samples compared to plasma, a distinction of healthy from cancer samples was evident. One of the reasons may be the higher absolute concentrations (pM in plasma and nM in tissue) because RT-qPCR is known to be less precise at low target input [START_REF] Mestdagh | Evaluation of quantitative miRNA expression platforms in the microRNA quality control (miRQC) study[END_REF]. Both amplified TG-FRET and RT-qPCR could very well distinguish healthy and cancer tissue (100% of healthy samples below threshold and 100% of cancer samples above threshold). Similar to the plasma results, miR-21 concentration values for RT-qPCR were significantly higher (also approximately 3-fold) compared to TG-FRET but there was much less distribution in the scatterplot when comparing both techniques (Figure 3.8B). Although the patient cohort was relatively small, the results clearly show that amplified TG-FRET can provide very useful clinical 4.1c) for the donor-acceptor distances in the miR-21 FRET-probe. Fitting method is described in reference [START_REF] Qiu | Multiplexed Nucleic Acid Hybridization Assays Using Single-FRET-Pair Distance-Tuning[END_REF]. Table 4. [START_REF] Lin | MicroRNA biogenesis pathways in cancer[END_REF] Fit results of PL decay curves (Figure 4.1d) for the donor-acceptor distances in the miR-20a FRET-probe. Fitting method is described in reference [START_REF] Qiu | Multiplexed Nucleic Acid Hybridization Assays Using Single-FRET-Pair Distance-Tuning[END_REF].

the overall Tb-donor signal is not significantly quenched (also free Tb DNA probes in solution emit PL).

Feasibility of HRCA-amplified TG-FRET

To verify the products of the HRCA products, we performed gel electrophoresis (Figure 5.3). The gel showed two main bands, one for the padlock-DNA and another for the HRCA products. Lane 1 only contained the padlock-DNA without any HRCA steps as control.

Lane 2 contained the padlock and reverse primer, and HRCA steps were performed as the description in Section 5.2.3 in the absence of miR-21. Notably, for the same padlock-DNA, the molecular weight in lane 1 (weak band around 100 bp, DNA ladder marker as control in lane M) was different than in lane 2 (weak band around 75 bp). This difference was caused by the differences in padlock conformation. Lane 1 contains only the padlock and self-hybridization within the padlock sequence can make the DNA slightly more coiled or and/or less charged such that it migrates less in the gel. In lane 2, the RCA step heated and then slowly cooled down the padlock, such that the padlock conformation was opened to better hybridize to the target. This "actual" ssDNA conformation of the padlock should therefore be closer to its actual sequence length. In the presence of padlock and miR-21 but absence of reverse primer (lane 3), a strong band with high molecular weight appeared, which presents the long ssDNA RCA product. When padlock, miR-21, and the reverse primer were present (lane 4), a broad band with different molecular weights became visible, indicating the miRNA-specific formation of HRCA ssDNA products of different lengths.