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RÉSUMÉ EN FRANÇAIS

L'athérosclérose est l'une des pathologies vasculaires les plus courantes dans le monde, avec un taux de mortalité élevé. Sa pathogenèse est globalement complexe. De façon simplifiée, elle pourrait être décrite comme l'accumulation d'abord de cellules inflammatoires et de lipides au niveau de la paroi interne de l'artère, suivie de la croissance de la plaque, formant une structure plus rigide composée de tissus conjonctifs, de fibres de collagène et de calcifications. La plaque peut devenir stable ou instable (plus susceptible de se rompre).

Les plaques obstruent partiellement ou totalement la lumière artériel, ce qui affecte la circulation sanguine normale et peut avoir des conséquences graves sur les organes perfusés [Figure -I 

GENERAL INTRODUCTION

Atherosclerosis is one of the most common vascular pathologies in the world, with high mortality rates. This pathogenesis is complex in general. In a simplified description, it could be defined as the accumulation first of inflammatory cells and lipids at the arterial inner wall, followed by the growth of the plaque with time forming a stiffer structure composed of connective tissues, collagen fibers, and calcifications. The plaque can either become stable or unstable (more prone to rupture).

Plaques partly or totally occlude the arterial lumen, affecting normal blood circulation, and can lead to severe consequences on perfused organs. Atherosclerotic plaque formation and rupture within the coronary and the carotid arteries are directly associated with ischaemic heart diseases and strokes respectively: the two primary causes of death for the last 15 year. Similarly, in femoral peripheral arteries for example, they are the main cause leading to claudication and critical limb ischemia (ischemic rest pain). High numbers of hospitalized cases with relatively long stays are being reported every year as a result of atherosclerosis in lower-extremity arteries.

Several treatment techniques are clinically available for atherosclerosis, some are surgical while others endovascular. For peripheral arterial diseases, even though not yet explicitly published, being the minimally-invasive option, endovascular treatments are usually a favored alternative to invasive treatments in order to avoid complications experienced with conventional surgeries, specifically for patients at higher risks of surgical morbidity and mortality. Several endovascular techniques exist nowadays that can be used to treat arterial stenosis, including: standard balloon angioplasty, drugcoated balloons, stents, drug-eluting stents, atherectomy, etc. With each technique possessing its own advantages and limitations, deciding on the optimal revascularization option remains an open question.

Our primary interest being peripheral lower extremity arteries, this work is focused on the standard percutaneous transluminal angioplasty (PTA) technique, without stent implantation, because first, it is the usual initial revascularization approach and second, the development of drug-coated balloons makes it even more possible to retain sufficient dilation without stent.

Treatment via PTA consists of inserting percutaneously a balloon catheter within the diseased vessel region, followed by inflating the balloon in order to compress/damage the plaque and enlarge the vessel lumen. Even though it is a frequently performed treatment technique, choosing the optimal balloon (design and sizing) for the specific stenosed patient that would minimize the elastic recoil, maximize lumen gain, but at the same time not damage the arterial wall is still challenging nowadays according to manufacturers and clinicians.

In the recent decades, computational studies have made it possible to model and simulate complex nonlinear problems in several fields of engineering science (e.g. automotive, energy, civil constructions etc.). In general, besides reducing design costs and increasing safety, numerical simulations also allowed optimizing the performance in several applications by better understanding the considered systems. While still relatively less applied in the medical field (mainly due to evident challenges in correctly representing the large varieties present among different patients' bodies), numerical simulations are gaining more interest with the late evolution in medical technology for diagnosis and treatment. Numerical simulations such as finite element methods (FEM) can help simulate and more appropriately assess the interactions between the deployed device and the stenosed artery that cannot be fully characterized by routine clinical methods.

Towards more progress in the computer-assisted surgery field, this work aims at implementing FEM to develop a tool that can provide valuable information to surgeons for a better planning of PTA. From a clinical point of view, these tools can be used in the objective of avoiding intra and post-operative complications (associated specifically with soft tissues behavior), reducing morbidity, and securing the intervention scenarios. This should accordingly increase the number of patients benefiting from these minimally invasive treatments. Accordingly, in this thesis we propose a modeling method using implicit FE analysis for simulating PTA (first within a generic model, then for patient-specific cases), and evaluating the influence of different combinations of balloon-plaque features (balloon type, plaque composition, balloon sizing) on acute post-procedural outcomes right after PTA, without stent implantation. After presenting the clinical context and the positioning of our work with respect to the state of the art, we develop in the following of the document a balloon model, a generic simulation of PTA, and a material model calibration method for the artery and plaque. Patient-specific geometric modeling and FE analysis of PTA in femoral arteries are then presented to show how the proposed approach is a step towards a clinical decision support system. 

CHAPTER 1 CLINICAL CONTEXT

DESCRIPTION OF THE PATHOLOGY 1.ANATOMY OF A HEALTHY ARTERY

Even though a precise structure of an artery might depend on its location, the arterial wall basic components are similar at all sites within the arterial tree. A healthy artery mainly consists of three layers: the tunica externa (adventitia), tunica media (media), and the tunica intima (intima) [Figure 1.1]. The intima, the inner most layer, mainly consists of endothelial cells, a thin basal membrane and a subendothelial layer. It is the layer in direct contact with the lumen and hence the blood flow [START_REF] Kumar | Textbook of clinical medicine[END_REF].

The arterial flow of blood is usually regulated through vasoconstriction (the narrowing of luminal diameter), and vasodilatation (the growth in lumen diameter). Above the intima lies the internal elastic lamina separating the intima from the media. The media is composed of a network of elastic and collagen fibrils, and smooth muscle cells; it is the thickest layer in the artery. Covering the media, the external elastic lamina separates it from the adventitia, the outermost layer in an artery which comprises mainly collagen.

In general, arteries can be divided into two large categories: elastic and muscular arteries [2]. Elastic arteries are characterized by large amount of elastin in their media; they generally have large diameters and are located near the heart (e.g. aorta). Differently, muscular arteries have relatively thicker media containing more smooth muscles rather than elastin or collagen fibers. They are of smaller diameter in general and are usually located further away from the heart (e.g. peripheral artery). 

PATHOLOGY OF ATHEROSCLEROSIS

Atherosclerosis is one of the most common vascular pathologies in the world, with high mortality rates [START_REF] Teng | An experimental study on the ultimate strength of the adventitia and media of human atherosclerotic carotid arteries in circumferential and axial directions[END_REF]- [START_REF] Zhao | Blood flow and vessel mechanics in a physiologically realistic model of a human carotid arterial bifurcation[END_REF]. In 2016, ischaemic heart disease and stroke were shown to be the two leading causes of death worldwide [Figure 1.2]. These diseases have been the primary death causes for the last 15 years.

Ischaemic heart disease and stroke are associated with atherosclerosis development and atherosclerotic plaque rupture occurring in coronary and carotid arteries respectively [START_REF] Constantinides | Plaque fissures in human coronary thrombosis[END_REF]- [START_REF] Davies | The pathophysiology of acute coronary syndromes[END_REF]. Furthermore, peripheral arteries are also of the most vulnerable vascular locations for the occurrence of atherosclerosis. The development of this pathology in femoral (peripheral) vessels is the main cause leading to claudication and critical limb ischemia (ischemic rest pain) [START_REF] Laird | Limitations of percutaneous transluminal angioplasty and stenting for the treatment of disease of the superficial femoral and popliteal arteries[END_REF], [START_REF] Cunnane | The influence of composition and location on the toughness of human atherosclerotic femoral plaque tissue[END_REF]. Atherosclerosis results in the narrowing of vessel diameter by the accumulation of lipids, calcium and collagen on its inner wall. It consists in the formation of a plaque within the arterial wall, known by atheroma or atherosclerotic plaque [Figure 1.3]. In most cases, atherosclerotic plaque development occurs during a long period of time (more than 40 years), with its primary stages (known by the fatty streaks) initiating at early ages (age of 11-12) [START_REF] Insull | The Pathology of atherosclerosis: Plaque development and plaque responses to medical treatment[END_REF]. Plaque depositions partly or totally block the lumen, affect normal blood circulation, and might even lead to severe implications on perfused organs (brain, heart, legs, etc). This decrease in blood supply (insufficient oxygen supply) would trigger thickening of the arterial wall [START_REF] Xia | A general finite element analysis method for balloon expandable stents based on repeated unit cell (RUC) model[END_REF], [START_REF] Chua | Finite element simulation of slotted tube ( stent ) with the presence of plaque and artery by balloon expansion[END_REF], which in turn would cause the change in mechanical properties [START_REF] Kural | Planar biaxial characterization of diseased human coronary and carotid arteries for computational modeling[END_REF], [START_REF] Nagaraj | Porcine carotid arterial material property alterations with induced atheroma : an in vivo study[END_REF].

From one side, atherosclerosis leads to two mechanisms of vascular changes: functional stiffening and morphological thickening of the arterial wall [START_REF] Shoji | Arterial stiffness predicts cardiovascular death independent of arterial thickness in a cohort of hemodialysis patients[END_REF]. The arterial wall stiffening process also drives the progression of atherosclerosis in its turn as well, progressively stiffening more the diseased segment [START_REF] Claridge | Measurement of arterial stiffness in subjects with vascular disease: Are vessel wall changes more sensitive than increase in intima -media thickness?[END_REF], [START_REF] Chatzizisis | Coronary hemodynamics and atherosclerotic wall stiffness: A vicious cycle[END_REF]. Atherosclerosis involves elasticity reduction in addition to thickening in arterial walls, thus causing hardening and blood flow blocking in arteries.

Nevertheless, occlusions and elasticity alterations in arteries are not the only consequences of the formation of atherosclerotic plaque. Atherosclerosis is also an inflammatory response to an endothelial dysfunction injury [START_REF] George | Atherosclerosis: Molecular and Cellular Mechanisms[END_REF]. Blood pressure generating concentrated circumferential tensile stress at certain regions of the plaque surface can cause rupture in the plaque, thus leading to more severe pathologies. Within the fractured plaque, circulating blood would be in direct contact with the cholesterol in the artery. Thromboses (or clot) would therefore form by the coagulation mechanism, preventing normal blood flow, and resulting in a sudden growth in the plaque. Any further portion splitting from the generated plaque would circulate within the blood until reaching smaller blood vessels where it can totally block them, causing perfused organs damage or even death (heart attack, stroke, claudication...). This observation occurs most of the time without any warning beforehand [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF], [START_REF] Tang | Sites of Rupture in Human Atherosclerotic Carotid Plaques Are Associated With High Structural Stresses An In Vivo MRI-Based 3D Fluid-Structure Interaction Study[END_REF]. Small atheroma lesions are usually widely present within populations; they can form in almost any artery in the body. However, only a small amount of these diseased cases cruelly evolve and start showing sharp symptoms; others remaining asymptomatic, augments the sudden risks of this disease (atherosclerosis). Atherosclerosis pathogenesis is complex in general. A simplified description for this process could be:

first the accumulation of lipids (mainly cholesterol) at the arterial inner wall followed by the growth of the plaque with time forming a stiffer structure composed of connective tissues and collagen fibers.

The resulting deposition occludes the arterial lumen, what is known by stenosis [START_REF] George | Atherosclerosis: Molecular and Cellular Mechanisms[END_REF]. A more detailed description of the devolvement of atherosclerotic plaque was summarized by Libby (1995) [START_REF] Libby | Molecular bases of the acute coronary syndromes[END_REF] and [START_REF] Sommer | Mechanical Properties of Healthy and Diseased Human Arteries and Related Material Modeling[END_REF] [START_REF] Sommer | Mechanical Properties of Healthy and Diseased Human Arteries and Related Material Modeling[END_REF] as follows: first low density lipoproteins (LDL) accumulate at lesion prone sites due to an imbalance in their concentration in the tissue in comparison to the plasma; thus lipids are trapped in the extracellular matrix of the intima. An increased number of leukocytes adhere to the endothelial surface, accompanied by specific adhesion molecules. This indicates the initiation of the inflammatory response. Accordingly, monocytes enter the arterial wall, differentiate first into macrophages, and then transform into foam cell after feasting the lipoproteins. Foam cells favor some additional factors which in their turn accelerates atherogenesis process. T-cells also enter the arterial wall, and together with the foam cells start to accumulate forming what is known as the 'fatty streaks' which is the earliest stage of an atherosclerotic plaque [Figure 1.4]. The plaque continues its growth due to the existing inflammatory molecules; then smooth muscle cells migrate from the media to the intima, produce large amounts of connective tissues, and form the plaque fibrous cap over the lipid pool (which comprises necrotic core and microscopic calcium nodules). At its final stage of development, the atherosclerotic plaque described above would either become stable and reduce blood flow only, or it would become unstable and be at risk of rupture and thrombose formation. 

FOCUS ON THE LOWER EXTREMITIES

Pelvic and lower extremities anatomy

The distal abdominal aorta bifurcates into the common iliac arteries (CIAs) [ 

Lower-extremities atherosclerotic plaque

Morbidity and mortality due to peripheral arterial occlusive disease is one of the principle health problems in the Western hemisphere [START_REF] Grimm | Randomized Study to Compare PTA Alone versus PTA with Palmaz Stent Placement for Femoropopliteal Lesions[END_REF]. Likewise, the United States National Institutes of Health reports that atherosclerosis in lower-extremity arteries causes over 60,000 hospitalized cases every year, with each stay lasting more than 11 days on average [START_REF]Chartbook on Cardiovascular, Lung and Blood Diseases[END_REF] with matching prevalence between females and males [START_REF] Abbott | Epidemiology of some peripheral arterial findings in diabetic men and women: experiences from the Framingham Study[END_REF]. Superficial femoral arteries (SFA) are among the most susceptible arterial locations for atherosclerosis to form [START_REF] Laird | Limitations of percutaneous transluminal angioplasty and stenting for the treatment of disease of the superficial femoral and popliteal arteries[END_REF].

It is important also to mention that it is widely accepted that the presence of PAD increases the likelihood of the patient to also suffer from myocardial infraction, renovascular disease, stroke, and even cardiovascular mortality [START_REF] Gross | Relation between arteriosclerosis in the coronary and renal arteries[END_REF]. A patient with intermittent claudication show a 5-year survival of 70%, with 75% of these deaths being associated to cardiovascular events [START_REF] Weitz | Diagnosis and treatment of chronic arterial insufficiency of the lower extremities: a critical review[END_REF]. Some studies also suggested that patients with asymptomatic PAD have similar risks of cardiovascular morbidity and mortality as their symptomatic counterparts [START_REF] Kornitzer | Ankle/arm pressure index in asymptomatic middle-aged males: an independent predictor of ten-year coronary heart disease mortality[END_REF].

The accepted methods for determining PAD presence currently comprises physical examination, patient symptoms historical review and atherosclerosis risk factors, in addition to other mini-invasive vascular tests, e.g. ankle-brachial index (ABI). The ABI is a noninvasive test that measures blood pressure in the ankles and then compares it with the pressure of the blood in the arms at rest and after exercise. Imaging tests such as magnetic resonance angiography (MRA), ultrasound and computed tomography angiography (CTA) might also be used for diagnosing peripheral arterial diseases [START_REF] Rooke | Diagnosis and management of diseases of the peripheral arteries and veins[END_REF], see Chapter 2. 
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THERAPEUTIC OPTIONS FOR ATHEROSCLEROSIS

Lifetime changes (healthy diet, exercising...) are often the most recommended first line treatments for atherosclerosis. Furthermore, medications such as drugs for high cholesterol and high blood pressure can also be appropriate for preventing atherosclerosis from worsening and for reducing its risks (heart attacks, strokes...). However, whenever symptoms are crucial, or if perfused tissues and organs are endangered, surgical interventions would be required. Two families of these interventions are commonly possible nowadays: the open surgeries and the endovascular treatments [START_REF] Cunnane | The influence of composition and location on the toughness of human atherosclerotic femoral plaque tissue[END_REF], [START_REF] Brown | Endovascular versus surgical treatment in patients with carotid stenosis in the Carotid and Vertebral Artery Transluminal Angioplasty Study (CAVATAS): A randomised trial[END_REF].

OPEN SURGERIES

Bypass surgery

Bypass surgery involves surgically creating a new path for the blood to divert around and overcome the narrowed or blocked region. The graft is used in order to bypass the obstructed part of the artery [Figure 2.1]. This graft might be either a synthetic tube or a healthy blood vessel taken from the same patient body during the operation. This surgery can be performed in several arteries within the arterial tree: coronary, iliac, carotid, femoral, popliteal… It is most commonly known as a treatment for occlusions in the coronary arteries (coronary artery bypass grafting) where blood flow is re-routed (flowing around the blocked portion) in order to reach the heart. This procedure is considered as very invasive as it requires median sternotomy, incision of the pericardium, in addition to the use of a heartlung machine for extra corporal circulation as the patient's heart would be stopped during the surgery. 

Endarterectomy

Endarterectomy is an operation that consists of removing the atherosclerotic plaque from the occluded artery in order to improve blood flow and circulation. It is usually performed on arteries that are close to the skin surface (carotid, femoral); hence it is considered not as invasive as the bypass surgery.

Endarterectomy consists of making first an incision in the skin until reaching the diseases artery.

Subsequently, the affected artery is cut, and the plaque is removed (also by cutting it) from the arterial lumen. A temporary flexible tube might be inserted to maintain an adequate blood flow during the surgery (especially to the brain in the carotid endarterectomy case). Finally, and after removing the plaque, the surgeon closes the artery and the skin incisions with stitches [Figure 2.2]. 

ENDOVASCULAR TREATMENTS

Percutaneous transluminal angioplasty (PTA)

Percutaneous transluminal angioplasty alone

Percutaneous transluminal angioplasty (PTA) is a minimally invasive procedure for treating atherosclerosis by re-opening occluded vessels. Using specific imaging techniques (i.e., angiography), a balloon catheter is percutaneously inserted and guided to the exact site of the lesion. The PTA balloon located at the tip of the catheter is then inflated in order to compress the plaque against the arterial walls, enlarge the vessel inner lumen and recover an adequate arterial blood flow [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Tsai | Percutaneous transluminal angioplasty of the carotid artery[END_REF].

Once the artery opens successfully, the angioplasty balloon catheter is then deflated and removed. A detailed description of this endovascular treatment is presented in Section 2.4 of this chapter.

Percutaneous transluminal angioplasty with stent implantation

Stent implantation can generally be divided into two categories: balloon-expandable-stents and the self-expandable-stents, based on the embedding approach.

Concerning the balloon-expandable-stent class, the same PTA procedure described in Section 2.2.1.1 is first applied, after which a stent (a tiny expandable metallic scaffold) would be inserted and placed within the newly-opened arterial area in order to support the arterial wall and prevent its re-closure.

Deployed by the balloon inflation, the stent would hence remain expanded keeping the vessel open.

Differently, in general self-expandable-stents are deployed without balloons positioned within them initially. Instead they usually expand by themselves after being gradually released from catheters inside the stenosed region, due to their mechanical properties. However, and in most cases (especially when the plaque is calcified and hard to compress), the post-dilatation of the stent with a balloon catheter would also be required to achieve a satisfactory expansion of the deployed stent [Figure 2.3]. 

Drug-coated percutaneous balloon angioplasty/ Drug-eluting stents

Due to recent medical device innovations including catheters with an "active" mode of action, drugcoated balloons and drug-eluting stents are also being lately introduced as minimally-invasive endovascular treatments for stenosed arteries. The deployment of drug-coated balloons and stents are similar to normal implantation procedures described in Sections 2.2.1.1 and 2.2.1.2 respectively for standard PTA balloons and stents. These devices use drug substances: i.e. paclitaxel (initially coated on their folded surfaces during manufacturing) that would be released towards the vessel wall during deployment as an anti-restenotic therapy for atherosclerosis. Drug-eluting stents generally have the advantage of showing better consistency in drug delivery over balloons; however, drug-coated balloons with higher drug surface area in contact with the diseased region, provide more drug tissue bioavailability in comparison to stents [START_REF] Zeller | Drug-coated balloons in the lower limb[END_REF].

Atherectomy

Besides percutaneous balloon angioplasty and stents which consists of compressing and pushing the plaque into the vessel wall, there exist also other minimally-invasive procedures for treating stenosed arteries. These procedures can generally be joined under the name 'Atherectomy', an endovascular surgery technique that consists of cutting and removing the plaque from the vessel wall. There are in general four types of atherectomy devices: orbital, rotational, laser and directional. The rotational atherectomy for example comprises a rotary device cutting tool (an oval-shaped burr encrusted with microscopic diamond mounted on a catheter) that would break up the plaque blocking the vessel by its high speed revolutions. The main reason for using atherectomy device is usually to treat tortuous and totally occluded arteries that would be difficult to navigate directly using the balloon angioplasty guide wire alone. Surgeons sometimes perform angioplasty preceded by atherectomy; reducing arterial walls stretch injury, dissection and elastic recoil, the two endovascular treatments performing successively might reduce restenosis rates while restoring the healthy vessel lumen [START_REF] Garcia | Atherectomy for infrainguinal peripheral artery disease[END_REF], [START_REF] Kansal | Endovascular treatment of femoropopliteal lesions[END_REF].

COMPARISON OF THE DIFFERENT THERAPEUTIC OPTIONS FOR PERIPHERAL ARTERIES

Open surgery vs. endovascular treatment

The common femoral endarterectomy (open surgery) has been the standard treatment for atherosclerosis occlusive disease of the femoral arteries since 1950s [START_REF] Kang | Common femoral artery occlusive disease : Contemporary results following surgical endarterectomy[END_REF]. Several studies evaluating the 5 year patency rates of this procedure reported values ranging between 68% and 98% [START_REF] Mukherjee | Endarterectomy as the procedure of choice for atherosclerotic occlusive lesions of the common femoral-artery[END_REF]- [START_REF] Springhorn | Inflow atherosclerotic disease localized to the common femoral artery: treatment and outcome[END_REF].

However despite the relatively high efficiency of this open surgery treatment, due to its invasive nature, endarterectomy is still associated with high morbidity rates (10%-20%) [START_REF] Norgren | Group TIW, Inter-society consensus for the management of peripheral arterial disease (TASC II)[END_REF]. A recent review also reported a combined morbidity/mortality of 15% in addition to more than 60% of complications occurring after the femoral endarterectomy [START_REF] Nguyen | Postoperative complications after common femoral endarterectomy[END_REF]. Significant secondary complications can also result from this surgical revascularization technique. Kuy et al. in 2014 reported possible wound infection rates of around 31%, and hematoma and seromas in 22% of the cases [START_REF] Kuy | Surgical site infections after lower extremity revascularization procedures involving groin incisions[END_REF]. Moreover, some patients may encounter surgical site infections after their surgery, hence requiring blood transfusion, longer stays at the hospitals, and higher reoperation rates [START_REF] Kuy | Surgical site infections after lower extremity revascularization procedures involving groin incisions[END_REF]. Hence, for patients who are at high risk for surgical morbidity and mortality, endovascular techniques (i.e. PTA) are favored as alternative treatments [START_REF] Norgren | Group TIW, Inter-society consensus for the management of peripheral arterial disease (TASC II)[END_REF].

Endovascular treatments are generally less invasive compared to surgical procedures. Their advantage comprises the quicker and less painful recovery of the patients. Unlike surgical procedures that may require several weeks for complete recuperation, endovascular interventions are performed in a much faster time, and treated patients would only have to stay for few days in the hospital, after which they can return home for a small healing period.

Since the publication of the TransAtlantic Inter-Society Consensus for the Management of Peripheral Arterial Disease (TASC II) document in 2007, a large number of observational reports and scientific publications have been using regional and national databases in order to document the prompt adoption of endovascular therapy as a primary approach for treating peripheral arterial diseases (PAD) [START_REF] Krankenberg | Nitinol stent implantation versus percutaneous transluminal angioplasty in superficial femoral artery lesions up to 10 cm in length: the femoral artery stenting trial (FAST)[END_REF], [START_REF] Saxon | Randomized, multicenter study comparing expanded polytetrafluoroethylene-covered endoprosthesis placement with percutaneous transluminal angioplasty in the treatment of superficial femoral artery occlusive disease[END_REF]. This clinical practice fast shift generally appeared due to the continuous technology evolution in the manufactured devices used within endovascular treatments of PAD (i.e. catheters, balloons, stents…). In addition, the improvement attained in the vascular imaging techniques field, and the rising skill levels of endovascular specialists also significantly contributed to this shift in treatment strategy. This lead to an increase in adoption of endovascular treatments compared to surgical therapies even in most complex anatomies (i.e. TASC D category, which represented the most complex revascularization scenario among the four classified categories (from A through D) in the aortoiliac and femoropopliteal territories) [START_REF] Goodney | National trends in lower extremity bypass surgery, endovascular interventions, and major amputations[END_REF]. However, this shift was not clearly reported in TASC II; instead it was re-questioned and criticized. But since studies assessing endovascular surgery in relation to other surgical treatments are not common yet and hard to perform, up to our knowledge there is still no clear evidence to support or favor one treatment technique over the other [START_REF] Jaff | An Update on Methods for Revascularization and Expansion of the TASC Lesion Classification to Include Below-the-Knee Arteries: A Supplement to the Inter-Society Consensus for the Management of Peripheral Arterial Disease (TASC II)[END_REF]. With the remaining lack in well controlled randomized clinical trials on treatment decision making, whether selecting a surgical revascularization or an endovascular treatment remains an open question.

One main concern when using the endovascular intervention compared to the surgical treatment is usually the lumen patency achieved. Open surgeries have higher primary patency rates in general (durability of patency before any repeated intervention) [START_REF] Jaff | An Update on Methods for Revascularization and Expansion of the TASC Lesion Classification to Include Below-the-Knee Arteries: A Supplement to the Inter-Society Consensus for the Management of Peripheral Arterial Disease (TASC II)[END_REF], [START_REF] Halpin | Management of Isolated Atherosclerotic Stenosis of the Common Femoral Artery: A Review of the Literature[END_REF]. According to the recent review study of [START_REF] Wong | Management of common femoral artery occlusive disease: A review of endovascular treatment strategies and outcomes[END_REF], it can be seen that there is still a deficiency in evidence for deciding on one treatment strategy within the common femoral artery. Very limited studies with randomized controlled trials compare outcomes at long-term between endovascular and surgical therapies, hence further studies would be required to clarify the effect of each procedure on these (long-term) outcome.

Yet at short-terms, the endovascular interventions showed acceptable acute outcomes for the treated common femoral arteries in comparison to the standard endarterectomy therapies, while limiting procedural complications [START_REF] Wong | Management of common femoral artery occlusive disease: A review of endovascular treatment strategies and outcomes[END_REF]. Differently, and in practical terms, the initial revascularization strategy (first-line therapy) for atherosclerosis in aortoiliac and other femoropopliteal systems have commonly become an endovascular intervention, despite the limited available level of proof [START_REF] Jaff | An Update on Methods for Revascularization and Expansion of the TASC Lesion Classification to Include Below-the-Knee Arteries: A Supplement to the Inter-Society Consensus for the Management of Peripheral Arterial Disease (TASC II)[END_REF], [START_REF] Halpin | Management of Isolated Atherosclerotic Stenosis of the Common Femoral Artery: A Review of the Literature[END_REF]. Arterial tortuosities and atherosclerotic plaque anatomies (length, thickness, stiffness…) can also always interfere in the treatment strategy decisions [START_REF] Jaff | An Update on Methods for Revascularization and Expansion of the TASC Lesion Classification to Include Below-the-Knee Arteries: A Supplement to the Inter-Society Consensus for the Management of Peripheral Arterial Disease (TASC II)[END_REF].

Percutaneous transluminal angioplasty alone vs. with stent implantation

As mentioned in Section 2.3.1, endovascular treatments are less invasive compared to surgical interventions. Beside their high procedural success rates, they are relatively easier to perform too.

Among endovascular treatments, percutaneous transluminal angioplasty (PTA) has been the most commonly accepted technique for treating atherosclerotic diseases in arteries, and in peripheral ones specifically. Followed by a stent implantation when needed, PTA is the most widely used modality for the treatment of femoropopliteal arterial occlusions for example. Therefore the advantages and the disadvantages of PTA performed alone vs. combined with a stent implantation in peripheral arteries are discussed in this section.

To start with, studies reported primary patency rates in common femoral arteries (CFA) ranging between 59% and 88% at 1 year, and 83% at 2 years after PTA alone [START_REF] Dormandy | Management of peripheral arterial disease (PAD). TASC working group. Trans Atlantic inter society consensus (TASC)[END_REF]- [START_REF] Davies | Endovascular treatment of the common femoral artery for limb ischemia[END_REF]. At longer terms available data are more limited, but primary patency rates reported after PTA were 66% at 4 years, and 60% at 5 years [START_REF] Mehta | Percutaneous common femoral artery interventions using angioplasty, atherectomy, and stenting[END_REF], [START_REF] Guo | Directional atherectomy is associated with better long term efficiency compared to angioplasty for common femoral artery occlusive disease in Rutherford 2 to 4 patients[END_REF], [START_REF] Dattilo | Acute and mediumterm outcomes of endovascular therapy of obstructive disease of diverse etiology of the common femoral artery[END_REF]. It is important to mention that provisional stenting, (i.e. conditional implantation of stents when no optimal patency results could be obtained after balloon angioplasty alone), were used in 37% of these studies which might have somehow overestimated the attained primary patency rates presented after PTA alone. On the other hand, primary patency rates found after PTA with primary stent implantation were between 80% and 92.3% at 1 year [START_REF] Azéma | Endovascular repair of common femoral artery and concomitant arterial lesions[END_REF], [START_REF] Paris | Catheter-based therapy of common femoral artery atherosclerotic disease[END_REF], 92.5% at 2 years [START_REF] Thiney | Angioplasty of the common femoral artery and its bifurcation[END_REF], and 72.5% at 5-years [START_REF] Nasr | Long-term results of common femoral artery stenting[END_REF]. Upon comparing results obtained after PTA alone vs. after PTA with stent implantation, it can be noted that stenting seems to enhance patency results with respect to PTA alone. Balloon angioplasty endovascular treatment (alone) is usually associated to restenosis in two forms: 1) Elastic recoil of the arterial wall which usually happens immediately after PTA, and 2)

A healing response (known by the 'negative remodeling' mechanism) that might naturally occur in vessels after being exposed to excessive inflations. This process can cause again the narrowing of the treated vessel by losing its attained lumen within an intermediate-term after the treatment. Surgeons tend to limit these two restricting forms of restenosis after PTA alone by introducing stents; these devices would help keeping an artery open by mechanically supporting its wall.

However, stent implantation after PTA also has its own drawbacks. The major complications associated to stents are their possibility of forming thrombogenicity and in-stent restenosis (ISR).

Thrombogenicity is the tendency of a material in contact with the blood to produce a thrombus, or what is known as a clot. Stent expansion can also cause lesions within the arterial wall with damages that usually cross the intima reaching the media layer. This phenomenon tends to increase platelet accumulation that would already be initiated by the thrombogenicity of the metallic surface of the stent.

Despite their role in supporting arterial tissues open and their aim in reducing restenosis rates, stenting techniques do not always substantially improve primary patency [START_REF] Grimm | Randomized Study to Compare PTA Alone versus PTA with Palmaz Stent Placement for Femoropopliteal Lesions[END_REF], [START_REF] Cejna | PTA versus Palmaz stent placement in femoropopliteal artery obstructions: a multicenter prospective randomized study[END_REF], [START_REF] Vroegindeweij | Balloon angioplasty combined with primary stenting versus balloon angioplasty alone in femoropopliteal obstructions: A comparative randomized study[END_REF]. Stent deployment is still associated with high rates of in-stent restenosis (ISR): 20-40% of patients at 2 years in femoral arteries [START_REF] Schillinger | Sustained benefit at 2 years of primary femoropopliteal stenting compared with balloon angioplasty with optional stenting[END_REF], [START_REF] Duda | Drug-eluting and bare nitinol stents for the treatment of atherosclerotic lesions in the superficial femoral artery: long-term results from the SIROCCO trial[END_REF]. ISR is the resulting combination of three main phenomena: 1) elastic recoil immediately after vessel stretching, 2) negative arterial remodeling, and 3) excessive neointimal hyperplasia (a vessel injury caused by the stent that triggers smooth muscle cells in the media to proliferate and migrate into the intima layer where they generate extracellular matrix and collagen [START_REF] Htay | Drug-eluting stents: a review and update[END_REF]). The likelihood of ISR occurring after stent implantations is even higher when stents are deployed within small vessels of long stenosis (i.e. peripheral arteries…), or in diabetic patients [START_REF] Schier | The road to bioabsorbable stents: Reaching clinical reality?[END_REF].

Even though many techniques and inorganic coatings were tested in the aim of reducing ISR, they all ended up failing. The only method that was promising towards ISR reduction was the use of antiproliferative drugs within the diseased region, which opened the way for drug-eluting stents.

Besides thrombogenicity and ISR, permanent metallic implants like stents also have other drawbacks on long terms. These limitations include: delayed re-endothelialization, endothelial dysfunction, chronic inflammatory local reactions and permanent physical irritations. Despite all the innovations in manufactured stents and their implantation approaches, vascular injuries associated to their deployment are still present. In addition, mechanical behavior mismatches (vasomotion) between nonstented and stented vessel regions and inabilities to adapt to growth would be encountered too.

Implanting stents is moreover related to concerns of restricting future revascularizations (surgical or endovascular) or access options [START_REF] Bennett | In-stent stenosis: Pathology and implications for the development of drug eluting stents[END_REF]- [START_REF] Beyar | Novel approaches to reduce restenosis[END_REF]. Finally and specifically in peripheral arteries, small arterial dimensions and complex kinematics [START_REF] Conti | Patient-specific finite element analysis of popliteal stenting[END_REF] (flexions and repetitive stresses) [START_REF] Wong | Management of common femoral artery occlusive disease: A review of endovascular treatment strategies and outcomes[END_REF] favor the mechanical fracture of stents, calling for specific decisions for their usage.

In summary, two main reasons explain our interest in focusing on PTA technique without stent implantation in this work:

 For certain arteries within the arterial tree such as the femoropopliteal for example, a policy of conventional plain balloon angioplasty appears to be the reasonable initial treatment, with other adjunctive techniques (such as stenting and local drug delivery) reserved to when angioplasty results are suboptimal or when restenosis occurs [START_REF] Diamantopoulos | Treating Femoropopliteal Disease: Established and Emerging Technologies[END_REF]. This means that, even though it is still not explicitly stated within international publications covering consensus for peripheral arterial disease management (i.e. TASC II), in most lower extremity arteries, PTA is usually the initial revascularization approach for atherosclerosis [START_REF] Jaff | An Update on Methods for Revascularization and Expansion of the TASC Lesion Classification to Include Below-the-Knee Arteries: A Supplement to the Inter-Society Consensus for the Management of Peripheral Arterial Disease (TASC II)[END_REF], [START_REF] Halpin | Management of Isolated Atherosclerotic Stenosis of the Common Femoral Artery: A Review of the Literature[END_REF]. Moreover, it continues to be the technique all other endovascular treatment modalities are compared against [START_REF] Kansal | Endovascular treatment of femoropopliteal lesions[END_REF].

 Due to recent medical device innovations including catheters with an "active" mode of action, drug-coated balloons (DCBs) are being lately introduced as minimally-invasive endovascular treatments for stenosed arteries as well. DCBs combine standard balloon angioplasty and antiproliferative drug technology. These devices use drug substances such as paclitaxel that would be released towards the vessel wall during deployment. With their possible advantage in reducing restenosis rates, not leaving foreign object behind in the body (e.g. stent), and their ability to be used in anatomy where stent implantation might not be feasible (e.g., across the knee joint) [START_REF] Kansal | Endovascular treatment of femoropopliteal lesions[END_REF],

the interest in studying the balloon angioplasty treatment with the lumen gains and elastic recoils associated to it is back on track, as is the case in our hospital center.

The success of PTA at short term is assessed by the residual lumen gained immediately after the endovascular treatment. Besides the compression/damage within the plaques, non-recoverable deformation also occurs in the arteries (clinically termed "controlled vessel injury" [START_REF] Castaneda-Zuniga | Pathophysiology of transluminal angioplasty[END_REF]). The resulting deformation is usually evaluated by either the patency rate or the elastic recoil ratio (ERR) measured at the maximum stenosed region after PTA. The ERR characterizes how much this stenosed section recoils after balloon deflation. Acting as permanent implants, stents generally reduce the diseased artery recoil by supporting its inner tissue; but the main lumen gain itself is caused by the balloon being inflated. Therefore anticipating acute clinical outcome (residual deformations, elastic recoils...) after balloon angioplasty is of pivotal importance for the evaluation of the treatment success which can influence further treatment decisions.

A FOCUS ON PERCUTANEOUS TRANSLUMINAL ANGIOPLASTY

PTA procedure

The first clinical application of transluminal angioplasty was described and reported by Dotter and Judkins in 1964 [START_REF] Dotter | Transluminal treatment of arteriosclerotic obstruction[END_REF]. However, it was only after the procedural enhancement performed by Gruentzig in 1976 [START_REF] Gruentzig | Die perkutane Rekanalisation chronischer arterieller Verschlusse (Dotter-Prinzip) mit einem neuen doppellumigen Dilatationskatheter[END_REF] on Dotter et al. original technique that PTA method started gaining popularity.

Gruentzig's double-lumen balloon catheter with the pre-shaped balloon provided both a reduced size catheter and an efficient dilating implement; this development re-opened the way and encouraged PTA further trials. Since then, balloon angioplasty dilatations have been reported in several arterial locations within the arterial tree: initially in arteries of the lower limb [START_REF] Gruentzig | Die perkutane Rekanalisation chronischer arterieller Verschlusse (Dotter-Prinzip) mit einem neuen doppellumigen Dilatationskatheter[END_REF], [START_REF] Gruentzig | Perkutane Rekanalisation chronischer arterieller Verschliisse mit einem neuen Dilatationskatheter: Modifikation der Dotter-Technik[END_REF]; then after few years in coronary [START_REF] Gruentzig | Non-operative dilatation of coronary artery stenosis: percutaneous transluminal coronary angioplasty[END_REF] and renal arteries [START_REF] Gruentzig | Treatment of renovascular hypertension with percutaneous transluminal dilatation of a renal-artery stenosis[END_REF], [START_REF] Mahler | Lasting improvement of renovascular hypertension by transluminal dilatation of atherosclerotic and nonatherosclerotic renal artery stenoses: a follow-up study[END_REF]; and later in carotid arteries [START_REF] Tsai | Percutaneous transluminal angioplasty of the carotid artery[END_REF]. Its minimally invasive nature in addition to continuous technical developments in its procedure, have established PTA as a promising possible alternative to the invasive conventional surgery. As mentioned in Section 2.3.2, even though it is still not explicitly stated within international publications covering consensus for peripheral arterial disease management [START_REF] Jaff | An Update on Methods for Revascularization and Expansion of the TASC Lesion Classification to Include Below-the-Knee Arteries: A Supplement to the Inter-Society Consensus for the Management of Peripheral Arterial Disease (TASC II)[END_REF], in practical terms, PTA have commonly become the initial revascularization approach for atherosclerosis in most lower extremity arteries [START_REF] Halpin | Management of Isolated Atherosclerotic Stenosis of the Common Femoral Artery: A Review of the Literature[END_REF].

The endovascular treatment by balloon angioplasty is relatively considered a simple technique. [Figure 2.4] illustrates the PTA method. The procedure which is usually performed in catheterization laboratories consists of the several steps as described below:

 First a small incision is made in the skin through which the Teflon-coated guiding catheter is inserted and threaded towards the diseased artery. The insertion can usually be performed via the femoral, the brachial or the radial arteries.

 A special harmless dye is injected through the thin tube catheter into the bloodstream. Using an Xray monitor, angiogram (blood vessel imaging technique) allows the surgeon to detect the size and the location of the atherosclerotic plaque.

 A flexible, thin guidewire is then threaded in the guiding catheter and advanced beyond the diseased section.

 A balloon-tipped dilatation catheter is then slipped over the guidewire towards the blockage where it is precisely positioned.

 Once accurately located, the balloon is inflated within the stenosed region. The expanding balloon compresses and/or ruptures the plaque and overstretches the artery, widening the final vessel lumen.

 Once an adequate arterial lumen and blood flow are restored, the balloon is deflated and then removed with each of the guidewire and the catheter. Generally, the resulting vessel lumen is enlarged after PTA. The exact mechanism by which the dilatation of a balloon angioplasty leads to a successful luminal widening is still not definitively established. Some studies reported that this enlargement in vessel lumen is due to the compression and the redistribution of the atherosclerotic plaque to adjacent locations within the arterial wall [START_REF] Gruentzig | Perkutane Rekanalisation chronischer arterieller Verschliisse mit einem neuen Dilatationskatheter: Modifikation der Dotter-Technik[END_REF]. Other studies associated a successful PTA procedure to overstretching and vessel wall ruptures [START_REF] Isner | Frequency in nonangioplasty patients of morphologic findings reported in coronary arteries treated with transluminal angioplasty[END_REF]. Then some others reported intima layer splitting near the edges of the plaque or the rupture of the plaque itself to be related to lumen opening [START_REF] Lyon | Vessel, plaque and lumen morphology after transluminal balloon angioplasty: Quantitative study in distended human arteries[END_REF]. Finally lesion embolization was also described as a result of PTA intervention [START_REF] Block | Transluminal angioplasty: Correlation of morphological and angiographical findings in an experimental model[END_REF]. Table 1 presents a brief review of the literature providing some data on the proposed mechanisms in association to the achieved arterial dilatation after PTA. However, consensus on the exact contribution of each mechanism in the lumen enlargement process is still not totally clear. One major reason for this limitation is that these mechanisms are usually highly patient-specific and depend on the selected treatment components too: from the artery being treated (location, thickness, elasticity…), to the plaque (length, thickness, stiffness…) and then to the balloon angioplasty selected (type, length, inflation pressure...). 

PTA balloons characteristics

As mentioned in Section 2.4.1, the balloon angioplasty system is composed of three basic components:

a guiding catheter, a leading guidewire, and a balloon-tipped dilatation catheter. Both the guiding catheter and the guidewire usually have specific features providing a stable access and a conduit for the progression of the dilatation equipment. [Figure 2.5] displays an example of a PTA dilatation catheter and its components. In general, dilatation catheters have several crucial features that can influence their performances. To start with, the smallest opening diameter through which the balloon in its deflated configuration can be passed is important. This feature is known by the balloon profile. Theoretically, the smaller its initial profile, the easier the balloon can pass through the same lesion. In order to provide better balloon profiles, balloons usually undertake 'negative' (vacuum) preparations during manufacturing reducing their profiles. Thus PTA balloons are commonly crimped onto the body of the catheter so to facilitate insertion into the vasculature of the patient. Any 'positive' inflation applied to the balloon prior to its insertion within the stenosed region should be avoided as it makes it lose its crossing profile ability.

This issue is usually observed when clinicians tend to re-use a previously inflated balloon to cross another lesion, and realizes that its secondary profile (after the first usage) is much less satisfactory in comparison to its primary profile (before any inflation).

Besides its profile, trackability and pushability are also important balloon catheter features.

Trackability is the balloon ability to bend so as to facilitate its advancement through tortuous vascular sections. Pushability is the dilatation catheter stiffness which allows it to drive itself through the stenosis. Balloon delivery is usually also helped by the integration of a friction-resistance coating (polyethylene oxide or silicone…) to enhance the surface lubricity [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF].

Beyond the mentioned features, the most significant balloon catheter characteristic is its ability to precisely inflate up to a predefined diameter when applying its corresponding inflation pressure, even at considerably high pressures (i.e. 10 to 18 atm). This feature is known by the balloon compliance.

With the early balloons that were manufactured from polyvinyl chloride (PVC) this phenomenon was still not possible. Balloons compliance led to their oversizing and rupture at relatively low pressures (i.e. 6 atm). Luckily more suitable performances with higher accuracies are recently being attained using balloons manufactured from polyethylene terephthalate (PET), high-density polyethylene, or nylon, despite their law balloon wall thickness (i.e. 0.0076 to 0.0127 mm).

Based on its material and wall thickness, each balloon has an individual compliance chart provided by the manufacturer reflecting the pressure at which the balloon reaches its nominal diameter, in addition to its diameter change with increasing pressure. Hence, according to clinicians and manufacturers, PTA balloons can be classified into three main categories in general: compliant, semi-compliant, and noncompliant balloons:

 Compliant balloons tend to reach their nominal (rated) diameters at relatively low pressures (~6 atm), and then continue to significantly inflate with any further small pressure increase; they grow by around 20% above their nominal sizes before reaching their rated burst pressures.

 Semi-compliant balloons such as nylon, high density polyethylene, or polyolefin copolymer (POC) are stiffer than compliant balloons, and usually grow by around 10% over their working pressure ranges (i.e. between their nominal and rated burst inflation pressures).

Special care is required when inflating compliant or semi-compliant balloons to pressures above nominal values to avoid over-distending the adjacent normal vessel.

 Non-compliant balloons such as polyethylene terephthalate balloons (PET) are made of very stiff materials that can retain their defined diameters up to very high pressures (~20 atm), allowing them to reduce their growth and experience negligible changes in profile during inflation [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Gupta | Overview of Balloon Catheter[END_REF].

Lately, there has been some debate on what type of balloon material is optimal for PTA: some retrospective observational studies suggest differences in angiographic results for different balloon materials; others do not [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF].

In all cases, and independent on which balloon type is being used, it is always important to inflate the balloon within its working range (prescribed in its compliance chart), and not to exceed its rated burst pressure: a threshold pressure a balloon is designed to accept without any rupture.

SUMMARY

Several minimally-invasive endovascular techniques are clinically available nowadays for the treatment of arterial stenosis. With each technique possessing its own advantages and limitations, deciding on the optimal revascularization option remains an open question. Our primary interest being peripheral lower extremity arteries, this work is focused on the standard percutaneous transluminal angioplasty (PTA) technique, without stent implantation, because first, it is the usual initial revascularization approach and second, the development of drug-coated balloons makes it even more possible to retain sufficient dilation without stent. Even though PTA is a frequently performed treatment technique, choosing the optimum balloon (design and sizing) for the corresponding stenosed patient that would minimize the elastic recoil, maximize lumen gain, but at the same time not damage the arterial wall is still challenging nowadays according to clinicians and manufacturers. Numerical simulation can be a tool to help design medical devices and/or choose the optimum ones for a specific treatment. The next chapter will therefore present a review of studies modeling PTA using finite element method, and the positioning of our work with respect to the state-of-the-art towards the methodology we propose in this thesis.

CHAPTER 2 STATE OF THE ART AND PROPOSED METHODOLOGY

In this chapter we describe first the varied imaging modalities associated with PTA treatment, which can feed computational studies with different levels of data on the structure and composition of diseased vessels. Then a review of studies modeling this endovascular treatment technique within atherosclerotic vessels using finite element method is presented with some of their advantages and limitations. Finally, towards improving clinical decision support systems, the aim of the thesis is described, and the proposed methodology is introduced. 

IMAGING TECHNIQUES

The clinical standard to identify arterial narrowing and to guide endovascular (catheter-based)

interventions is angiography as previously illustrated in [Figure 1.5] and [Figure 1.6] in Chapter 1. It consists in using radiography (X-rays) in order to observe the vessel lumen after its injection with a radio-opaque fluid. Angiography provides satisfactory and accurate images concerning the vessel lumen, but is very limited in terms of providing data about the diseased artery and its atherosclerotic plaque. Hence, other in vivo imaging tools can be used to provide supplementary data on the structure and geometry of the diseased vessels and on the therapeutic intervention mechanism, in the aim of developing patient-specific geometries for computational analysis purposes.

In this section, different imaging modalities are presented with their varying degrees of accuracy, patient safety and/or cost. Deciding whether one imaging technique is more suitable than another is challenging in general, knowing that each method has its own advantages and limitations [START_REF] Holzapfel | Computational approaches for analyzing the mechanics of atherosclerotic plaques: A review[END_REF], [START_REF] Honda | Intravascular Imaging Techniques[END_REF] depending on the targeted application.

[Figure 1.1] presents images resulting from different modalities described in the following section. [START_REF] Chau | Mechanical Analysis of Atherosclerotic Plaques Based on Optical Coherence Tomography[END_REF]; (C) in vivo carotid magnetic resonance (MRI) image (with L: lumen; yellow arrow: fibrous cap; green star (*): lipid pool) [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF]; and (D) computed tomography angiography (CTA) image for a mixed coronary plaque cross-section (with the lumen seen in light grey, the lipid plaque in dark gray/black, while the calcifications in bright white) [START_REF] Voros | Coronary Atherosclerosis Imaging by Coronary CT Angiography: Current Status, Correlation With Intravascular Interrogation and Meta Analysis[END_REF].
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.1: Images corresponding to different acquisition methods reported in this section: Segmented (A) optical coherence tomography (OCT) image and (B) histology image for a lipid rich coronary plaque cross-section

HISTOLOGY

Histology imaging technique played an essential role in the development of the primary patientspecific finite element studies with geometry acquisitions. They were available prior to other imaging modalities recently used. Histology is the study of microscopic anatomy of biological tissues. The advantage of using histology consists in providing a large level of details regarding geometric features.

In addition, it can also provide a detailed identification of the atherosclerotic plaque components in general, see for instance [START_REF] Ohayon | Influence of residual stress/strain on the biomechanical stability of vulnerable coronary plaques: potential impact for evaluating the risk of plaque rupture[END_REF] [START_REF] Ohayon | Influence of residual stress/strain on the biomechanical stability of vulnerable coronary plaques: potential impact for evaluating the risk of plaque rupture[END_REF].

However, histology is limited to in-vitro analysis. Geometries resulting from histology are in 2D and slicing the tissue may distort its structure.

INTERVENTIONAL ULTRASOUND

These acquisition techniques use ultrasound sound waves to produce images of the inside of the body.

With images usually captured in real time, they can show internal body organs movements as well as blood circulating within blood vessels. Unlike X-rays imaging, no ionizing radiation exposure is associated with ultrasounds. Elastography is one example of the interventional ultrasound imaging modalities. It consists of measuring the propagation speed of a low frequency shear wave into a tissue using ultrasound to measure its stiffness. Up to date it is still most commonly used to evaluate the liver and to diagnose/evaluate conditions in other organs and tissues such as the breast, prostate, muscles etc. However, noninvasive vascular ultrasound elastography (NIVE) are recently being introduced to assess strains or stiffness of peripheral vessel walls (e.g. carotid arteries). With further innovation on this imaging method, it might have the potential to provide a unique approach for the characterization of vascular stiffness [START_REF] Maurice | Noninvasive vascular elastography for carotid artery characterization on subjects without previous history of atherosclerosis[END_REF].

Intravascular ultrasound (IVUS) imaging technique is another type of interventional ultrasound that uses reflected sound waves of high frequencies in order to visualize the arterial wall in a 2D format similar to a histologic cross section. Several research works have been reported as well to perform in vivo 3D reconstruction of the artery using IVUS when combined with other imaging modalities.

Concerning its disadvantages, first IVUS requires catheterization thus increasing the risk on patient safety. It also necessitates a pull-back technique which, and because of the pulsatility of the artery, would boost catheter movements generating further risks. This phenomenon mostly occurs within coronary arteries. Furthermore, IVUS is limited in its capability of differentiating the diseased arterial wall and plaque tissue components, thus decreasing the accuracy of their corresponding geometries.

Nevertheless, a recent study emphasized that when used in conjunction with a radiofrequency spectral processing system, IVUS would be able to distinguish between the different plaque tissue components (lipid, calcified, fibrous…) [START_REF] Yamashita | Association between increased epicardial adipose tissue volume and coronary plaque composition[END_REF]. Even though IVUS has provided interesting mechanical understandings to PTA, its usage is still limited to 5 or 10 % of global routine clinical cases [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF]. This is mainly due to the augmentation it causes on the procedure time and expense. Although IVUS acquisition can relatively be considered inexpensive compared other techniques (such as the magnetic resonance imaging), it is still expensive with respect to the traditional angiography.

OPTICAL COHERENCE TOMOGRAPHY

Optical coherence tomography (OCT) is an imaging modality that generates real-time tomographic images from infrared light backscattered reflections. OCT can be viewed as the optical equivalent for IVUS. The major advantage of OCT over conventional ultrasound-based approaches is its considerably higher resolution (10 times or more) [START_REF] Tanigawa | Heavily calcified coronary lesions preclude strut apposition despite high pressure balloon dilatation and rotational atherectomy: in-vivo demonstration with optical coherence tomography[END_REF]. Thus OCT is an in vivo imaging method that allows the generation of arterial 3D models too. Some studies emphasized the ability of OCT in providing more detailed information about plaque constituents in comparison to conventional ultrasound techniques like IVUS [START_REF] Garcia-Garcia | Virtual histology and optical coherence tomography: from research to a broad clinical application[END_REF]. However others reported the inability of this imaging acquisition in differentiating neither between lipid pools and calcium deposits, nor between heterogeneous plaque constituents [START_REF] Manfrini | Sources of error and interpretation of plaque morphology by optical coherence tomography[END_REF]. In addition, besides being expensive, OCT also requires catheterization and a pull-back practice (similar to IVUS) that would augment the risk to the safety of the patient.

SPECTROSCOPY

Spectroscopy is a catheter-based imaging tool which determines the chemical compositions of plaque materials. This is usually performed based on the analyses of spectra induced by the interaction of light (or electromagnetic radiation) with the plaque materials. Several forms of spectroscopy are currently available for the characterization of atherosclerotic plaques. One example is the diffuse reflectance near infrared (NIR) form. When a light beam containing a broad spectrum of wavelengths is projected on a certain tissue, the molecules within the illuminated tissue would absorb certain wavelengths from the original spectrum. Thus the resulting spectrum (crossing the tissue) would be missing the wavelengths absorbed by the tissue itself. Then the diffused reflectance NIR spectroscopy would interpret within the NIR window, the absorption amount as a function of wavelengths. Showing promising ex vivo results, spectroscopy is under active examination for in vivo applications [START_REF] Honda | Intravascular Imaging Techniques[END_REF].

However, spectroscopy is considered as a limited technique in term of its relatively long acquisition time, which results also in significant motion artifact when performed in clinical settings. Furthermore, it is unable to provide anatomical information by itself. Consequently, it must be combined with another imaging modality (e.g. OCT or IVUS) should any anatomical information be required besides chemical composition.

MAGNETIC RESONANCE IMAGING

Magnetic resonance imaging (MRI) has the ability of providing simultaneously both compositional and anatomical information on soft tissues, making it unique among other imaging modalities. In general, it can identify and categorize atherosclerotic plaques in human and animal models; it is a noninvasive imaging technique that may be applied in vivo for acquiring a 3D image of diseased arteries.

Thus it is able to generate a detailed 3D image of the geometry in addition to the composition of a stenosed region [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF], [START_REF] Sadat | Finite element analysis of vulnerable atherosclerotic plaques: A comparison of mechanical stresses within carotid plaques of acute and recently symptomatic patients with carotid artery disease[END_REF].

However, this imaging modality is not always available or easily accessible at all clinical sites. It is an expensive technique that would also highly enlarge the procedure time. Besides, MRI is forbidden in patients with metal implants and heart pacemakers. Moreover, Nieuwstadt et al. (2013b) reported that conventional MRI modalities are still limited in terms of correctly evaluating thin fibrous caps, thus reducing MRI capabilities in evaluating plaque rupture risks when related to fibrous caps [START_REF] Nieuwstadt | Numerical simulations of carotid MRI quantify the accuracy in measuring atherosclerotic plaque components in vivo[END_REF].

A specific branch of the MRI family is the high-resolution magnetic resonance imaging (HRMRI).

HRMRI can deliver higher signal-to-noise ratios thus producing images of better quality. It can accurately determine the structure and composition (distribution of tissue types) of a diseased artery.

However, besides being more expensive, high-resolution MRI require even longer acquisition times [START_REF] Stucht | Highest Resolution In Vivo Human Brain MRI Using Prospective Motion Correction[END_REF]. Therefore HRMRI in vivo usage is usually limited to certain applications. Differently, some other studies (such as computational modeling ones) focused on ex vivo application of this imaging modality for the sake of obtaining higher levels of anatomical details. One clear example is the work of [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF]2006, which by using the ex vivo based HRMRI, presents a promising technique towards a representative patient-specific computational modeling of diseased arteries [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Holzapfel | Towards a Computational Methodology for Optimizing Angioplasty Treatments with Stenting[END_REF].

COMPUTED TOMOGRAPHY

Computed tomography (CT) is a 3D imaging technique that uses X-rays to visualize the internal structure of a solid. Emitted X-rays that are transmitted and attenuated according to the tissue density are recorded by the X-ray detector as 2D projection images. The series of 2D planar (projection)

images is then reconstructed into 2D cross-sectional slices, which in turn can be further processed into 3D models. Computed tomography angiography (CTA) is a type of imaging modality that combines normal CT scan with an intravenous injection of a special dye (also known as contrast agent) in order to produce 'illuminated' scans of blood vessels. This technique can identify mainly the injected vessel lumen in addition to plaque components that have comparably high absorption levels for X-rays such as calcifications.

However, a disadvantage associated with CTA imaging technique is its limitation in distinguishing between other components such as lipidic and fibrous plaques. Lately, several studies highlighted the ability of high-resolution micro CT scans in establishing images with more details and of higher qualities for diseased arteries [START_REF] Kelly-Arnold | Revised microcalcification hypothesis for fibrous cap rupture in human coronary arteries[END_REF], [START_REF] Maldonado | A mechanistic analysis of the role of micro-calcifications in atherosclerotic plaque stability: potential implications for plaque rupture[END_REF]. But the majority of these studies were performed in in vitro

environments. An in vivo application of high-resolution micro CT method is still considered relatively more expensive, applies on much smaller scales, and is not always available at all clinical locations.

SUMMARY

In general, different acquisition methods are currently available to determine patient-specific geometries in vivo for computational analysis purposes, with varying levels of accuracy, cost, acquisition time, and patient safety. Accordingly, deciding whether one imaging technique would be more appropriate than another is still challenging to suggest. This is mainly due to the fact that each method has its own advantages and limitations, depending on the intended application. Nevertheless, one of the very few imaging modalities generally present in most hospital protocols and being performed for the majority of patients prior to PTA treatment (specifically in peripheral arteries) is the pre-operative CTA scans. Besides, CTA also presents a satisfactory compromise with a fair cost, acceptable acquisition time, low risk on patient safety, and at the same time it provides a relatively sufficient data in terms of the diseased artery characterization. For this reason, CTA technique will be considered as the only source of patient images in this work, as it is already part of the clinical routine.

COMPUTATIONAL ANALYSIS OF PTA

In recent decades, computational modeling studies have been showing significant improvements giving the opportunity for both the academic and industrial sectors to simulate complex nonlinear problems in several engineering science aspects. These numerical studies are based on what is known as Finite Element Method (FEM). One main example of FEM applications is the simulation of PTA deployments within vessels stenosed by atherosclerotic plaques. Due to difficulties in reproducing and experimentally validating the mechanical behavior of atherosclerotic plaques in vivo, in addition to limitations for in vitro mechanical testing of human tissues, studies use FEM towards evaluating endovascular treatment techniques. This consists of using computational analysis in order to mimic the available in vivo systems by reconstructing their geometries, material compositions, loading and boundary conditions [START_REF] Holzapfel | Computational approaches for analyzing the mechanics of atherosclerotic plaques: A review[END_REF]. FEMs can help simulate the biomechanical interactions between deployed devices (balloons, stents...) and stenosed arteries; these interactions cannot be fully characterized by routine clinical methods [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF]. Moreover, FEMs became a valuable and an essential component of the deployed device design process. Allowing for several fundamental assessments of different PTA system parameters (plaque material composition, device type, device sizing…), computational analysis is shifting towards addressing clinical decision support issues, and more specifically towards clinical pre-operative planning.

MODELING OF A DISEASED ARTERY

Geometry: generic vs. patient-specific

A certain number of FEM studies are based on plain strain analysis of diseased arteries; few others presented the diseased arteries using 3D models. For both types of analysis (2D and 3D), geometries were either idealized (i.e. generically generated), or created using patient-specific data. Recently, and with simulations showing high sensitivity in results to small geometric and material properties changes [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Akyildiz | Effect of intima stiffness and plaque morphology on peak cap stress[END_REF] FEM studies are shifting more to patient-specific simulations.

2D models

Histology was the imaging modality initially used for generating patient-specific geometries for FEM studies. It is also one of the most available techniques implemented for the creation of 2D models. 

3D models

Other FE studies were based on 3D analysis of diseased arteries. Most of these 3D FE studies were performed within idealized geometries. With results showing high sensitivities to small geometric changes [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Akyildiz | Effect of intima stiffness and plaque morphology on peak cap stress[END_REF], some FE studies are currently using patient-specific models within their simulations. Different levels of details in the diseased artery constituents can be delivered depending on the imaging modality used. Holzapfel et al. damaged artery [START_REF] Ferrara | Numerical modelling of fracture in human arteries[END_REF]. It should be noted that these studies were obtained using in vitro imaging techniques and did not consider preoperative in vivo data. 

Constitutive laws

In general, material models used by FEM studies of diseased arteries are usually developed by fitting to experimental data available in the literature. However, even in vitro based experimental studies considering arterial and plaque behaviors are relatively limited in numbers [START_REF] Holzapfel | Computational approaches for analyzing the mechanics of atherosclerotic plaques: A review[END_REF].

Artery

According to [START_REF] Holzapfel | Nonlinear Solid Mechanics. A Continuum Approach for Engineering[END_REF] and [START_REF] Humphrey | Cardiovascular Solid Mechanics. Cells, Tissues, and Organs[END_REF], the artery is a nonlinearly elastic and anisotropic material [130][131]. Therefore it can be treated as a composite material: a matrix that is fiber-reinforced, with fibers corresponding to the collagen constituent within the artery, and modeled by an anisotropic strain energy function.

One example emphasizing anisotropy in arteries is the data reported by Holzapfel et al. ( 2004) on the (one cycle) quasistatic uniaxial tension tests in axial and circumferential directions showing experimentally the anisotropic behavior of tissues within diseased iliac arteries [START_REF] Holzapfel | Anisotropic mechanical properties of tissue components in human atherosclerotic plaques[END_REF]. Experimental work also reported anisotropic behavior with an ideal dispersion of collagen fibers (i.e. perfect fibers alignment) within the material [START_REF] Holzapfel | A new constitutive framework for arterial wall mechanics and a comparative study of material models[END_REF], [START_REF] Holzapfel | Determination of layer-specific mechanical properties of human coronary arteries with non-atherosclerotic intimal thickening, and related constitutive modeling[END_REF]. Several FEM studies then implemented this material behavior (i.e. anisotropy with ideal dispersion of collagen fibers) within their arterial models [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Holzapfel | Changes in the mechanical environment of stenotic arteries during interaction with stents : computational assessment of parametric stent designs[END_REF], [START_REF] Kiousis | A Methodology to Analyze Changes in Lipid Core and Calcification Onto Fibrous Cap Vulnerability: The Human Atherosclerotic Carotid Bifurcation as an Illustratory Example[END_REF], [START_REF] Mortier | A novel simulation strategy for stent insertion and deployment in curved coronary bifurcations: comparison of three drug-eluting stents[END_REF]. Afterwards, Gasser et al. ( 2006) considered the hyperelastic modeling of arterial layers with the corresponding dispersion of collagen fibers [START_REF] Schriefl | Determination of the layer-specific distributed collagen fiber orientations in human thoracic and abdominal aortas and common iliac arteries[END_REF]. Some FEM studies then incorporated this behavior in their models accordingly [START_REF] Gasser | Modeling plaque fissuring and dissection during balloon angioplasty intervention[END_REF], [START_REF] Auricchio | Patient-specific finite element analysis of carotid artery stenting: a focus on vessel modeling[END_REF]. Since this model requires collagen fibers dispersion within the tissue, it requires ex vivo histological studies as seen in [START_REF] Schriefl | Determination of the layer-specific distributed collagen fiber orientations in human thoracic and abdominal aortas and common iliac arteries[END_REF].

Besides, other studies considered incorporating the inelastic behavior of arteries. The inelastic effects commonly present in literature include softening behavior similar to the Mullins effect [START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF] and plastic deformations [START_REF] Gasser | A rate-independent elastoplastic model for biological fiberreinforced composites at finite strains: continuum basis, algorithmic formulation and finite element implementation[END_REF]. [START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF] developed an anisotropic damage model for describing the stress-softening (Mullins effect) phenomenon observed during cyclic tensile supraphysiological loadings applied on arterial walls. The constitutive law proposed in their work includes terms from the continuum damage mechanics and the concept of internal variables (e.g. the scalarvalued variable that was integrated to represent damage of collagen fibers); no plasticity was included in their work [START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF], see [ Differently, [START_REF] Gasser | A rate-independent elastoplastic model for biological fiberreinforced composites at finite strains: continuum basis, algorithmic formulation and finite element implementation[END_REF] suggested an elastoplastic constitutive model for fiber reinforced biological tissues. In their work, they used the multi-surface plasticity concept as the basis of their constitutive framework to induce plastic deformations within the tissue [START_REF] Gasser | A rate-independent elastoplastic model for biological fiberreinforced composites at finite strains: continuum basis, algorithmic formulation and finite element implementation[END_REF]. Then they used their model in order to describe the non-diseased medial behavior in a FEM analysis of balloon angioplasty in Gasser and Holzapfel (2007a). In this study, besides the plaque being modeled as a rigid body, the inelastic material parameters used for the non-diseased media were assumed presumably due to the lack of appropriate mechanical data on the inelastic behavior of vascular tissues [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF]. In a similar way, Holzapfel et al. ( 2002) also used the concept of plasticity to model the inelasticity in nondiseased arterial components (intima and media) associated with tissue stretches beyond physiological domain [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF]. No inelastic behavior was assumed for the modeled plaques in [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF].

Let us finally mention that isotropic hyperelasticity is still present within several of FEM studies simulating arterial walls behaviors: Neo-Hookean [START_REF] Ohayon | Influence of residual stress/strain on the biomechanical stability of vulnerable coronary plaques: potential impact for evaluating the risk of plaque rupture[END_REF], [START_REF] Speelman | Initial stress in biomechanical models of atherosclerotic plaques[END_REF], 5-parameter Mooney-Rivlin [START_REF] Lally | Cardiovascular stent design and vessel stresses: A finite element analysis[END_REF],

[127], and Ogden [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF], [START_REF] Sadat | Finite element analysis of vulnerable atherosclerotic plaques: A comparison of mechanical stresses within carotid plaques of acute and recently symptomatic patients with carotid artery disease[END_REF], [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF] models.

Plaque

Some experimental studies considered testing human atherosclerotic plaques to assess their mechanical behavior. Plaque tissue mechanical characterization is frequently performed using uniaxial tensile tests: on aortic [START_REF] Loree | Static circumferential tangential modulus of human atherosclerotic tissue[END_REF], carotid [START_REF] Teng | An experimental study on the ultimate strength of the adventitia and media of human atherosclerotic carotid arteries in circumferential and axial directions[END_REF], coronary [START_REF] Born | Mechanical properties of human atherosclerotic lesions[END_REF], or iliac plaques [START_REF] Holzapfel | Anisotropic mechanical properties of tissue components in human atherosclerotic plaques[END_REF]. [START_REF] Walsh | Uniaxial tensile testing approaches for characterisation of atherosclerotic plaques[END_REF] presents a review on studies employing uniaxial testing to characterize plaques mechanical behaviors.

They report the presence of a wide range of testing techniques among the reviewed studies which resulted in a large variance in their outcomes, making their comparison a challenging task. Walsh team then proposed a more standardized protocol for uniaxial testing in order to address this issue [START_REF] Walsh | Uniaxial tensile testing approaches for characterisation of atherosclerotic plaques[END_REF].

Even though in vivo plaque tissues experience some circumferential stretching during physiological (normal blood pressure pulsation) and supra-physiological loadings, the tissue is exposed more to radial compression. Thus some other studies considered performing compression tests in order to determine plaques mechanical behaviors. [START_REF] Chai | Biomechanical properties of atherosclerotic plaques[END_REF] presents a review on different techniques used to measure plaques mechanical properties under compression. They reported that similar to tensile studies, a wide variety in testing and loading protocols were also available for studies performing compressive tests on plaques, resulting in a large variation of stiffness outcomes [START_REF] Chai | Biomechanical properties of atherosclerotic plaques[END_REF]. Being interested in global stiffness of plaques, we will focus on studies performing the traditional unconfined compression test. In quasi-static experiments, the material stiffness can be identified, whereas cyclic compression at different rates helps determining frequency-dependent material characteristics [START_REF] Chai | Biomechanical properties of atherosclerotic plaques[END_REF].

The majority of compressive studies tested plaque tissues under static unconfined compression from different arterial locations: aorta [START_REF] Lee | Prediction of mechanical properties of human atherosclerotic tissue by high-frequency intravascular ultrasound imaging an in vitro study[END_REF], aortoiliac [START_REF] Topoleski | Composition and historydependent radial compressive behavior of human atherosclerotic plaque[END_REF], and carotid [START_REF] Maher | Tensile and compressive properties of fresh human carotid atherosclerotic plaques[END_REF]. Without dynamic effects, they could not characterize the inelastic behavior of the plaques. Differently, fewer other studies applied dynamic loading conditions during their tests, and therefore were able to obtain the recoverability and inelasticity parameters. They were also performed at plaques from different locations within the arterial tree: aorta [START_REF] Lee | Structure-dependent dynamic mechanical behavior of _brous caps from human atherosclerotic plaques[END_REF], aortoiliac [START_REF] Salunke | Compressive stress-relaxation of human atherosclerotic plaque[END_REF], and carotid [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF].

Up to our knowledge, there exist only a limited number of experimental studies specifically reporting on the inelastic behavior of atherosclerotic plaques [START_REF] Salunke | Compressive stress-relaxation of human atherosclerotic plaque[END_REF], [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF]. In the work of Salunke and coworkers, the behavior of plaques under successive cyclic compressions and successive stress relaxations, in addition to 'rest' periods at unloading in each case, was examined. Different degrees of recovery and relaxation behaviors were observed depending on the plaque type with the calcified one reporting more elastic behavior than the other types [START_REF] Salunke | Compressive stress-relaxation of human atherosclerotic plaque[END_REF]. Similarly, Maher et al. (2011) also reported the inelastic behavior of atherosclerotic plaques but at a wider range of applied strains. Human carotid plaques inelastic mechanical properties were investigated using a radial compressive cyclic loading regime. This regime first allowed the observation of the changing stress-strain behavior resulting from loading history of the material; moreover it allowed the quantification of the remaining plastic deformation within the tissue. [Figure 2.11 (A and B)] shows the stress-strain curve representing a plaque of a typical mixed classification for the cyclic loading applied to the sample. The red dotted line represents the theoretical 'load envelope' of the tissue (i.e. a curve composed of the peak stressstrain values generated at each strain level). In rubbers, it has been observed that the monotonic loading behavior of a material is similar to this loading envelope. Since the varying nature of atherosclerotic plaque properties limits testing cyclic and monotonic behaviors separately, this loading envelope (corresponding to the cyclic testing) was assumed to be also indicative of the monotonic loading behavior of the plaque [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF]. [Figure 2.12] illustrates the stress-strain curves of the atherosclerotic plaque tested with its different constituents: calcified (stiff), mixed, and echolucent (soft), during the initial loading and reloading cycles. [Figure 2.13] presents the plastic strain occurring on unloading for the increasing peak strain applied in the plaques. In the literature, most atherosclerotic tissues are usually modeled using the hyperelastic constitutive law [START_REF] Holzapfel | Nonlinear Solid Mechanics. A Continuum Approach for Engineering[END_REF]. Accordingly, several (2D and 3D) FE studies modeling diseased tissues used hyperelastic models [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF], [START_REF] Speelman | Initial stress in biomechanical models of atherosclerotic plaques[END_REF], [START_REF] Timmins | Effects of Stent Design and Atherosclerotic Plaque Composition on Arterial Wall Biomechanics[END_REF], [START_REF] Holzapfel | Changes in the mechanical environment of stenotic arteries during interaction with stents : computational assessment of parametric stent designs[END_REF], [START_REF] Kiousis | A numerical model to study the interaction of vascular stents with human atherosclerotic lesions[END_REF], [START_REF] Auricchio | Carotid artery stenting simulation : From patient-specific images to finite element analysis[END_REF]. Moreover, it is interesting to mention, that the experimental data documented by [START_REF] Loree | Static circumferential tangential modulus of human atherosclerotic tissue[END_REF] (which reported the stress-strain behavior of 26 human aortic plaques classified as cellular, hypocellular and calcified [START_REF] Loree | Static circumferential tangential modulus of human atherosclerotic tissue[END_REF]) was a common set used by several FE studies modeling hyperelasticity such as [START_REF] Pericevic | The influence of plaque composition on underlying arterial wall stress during stent expansion: The case for lesion-specific stents[END_REF], [START_REF] Lally | Cardiovascular stent design and vessel stresses: A finite element analysis[END_REF], [START_REF] Auricchio | Carotid artery stenting simulation : From patient-specific images to finite element analysis[END_REF].

A B

Besides, there exist also some FE studies which considered analyzing the rupture of soft diseased models [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF]. Up to our knowledge, very few FE studies such as Iannaccone et al.

(2017) [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF] considered including plasticity in both the plaque and arterial models together at the same time. For all the reported studies which included plasticity within their plaques, a perfect plasticity model was assumed. With the lack of sufficient experimental data representing plaque ruptures and its variabilities, different rupture stresses and strains were considered in the assumed perfect plastic models of FE studies: either based on the available monotonic tensile test data (such as Loree et al. 1994 [START_REF] Loree | Static circumferential tangential modulus of human atherosclerotic tissue[END_REF]) [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF], or roughly chosen [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF].

MODELING OF PTA SURGERY

Devices modeling

PTA devices were modeled at different levels of complexity in the literature, from the absence of balloon (surface pressure instead) to the detailed unfolding of the balloon.

To start with, several studies considered modeling the physiological loadings (e.g. normal blood pressure) within diseased arteries, and therefore applied surface pressure on their geometry as loading condition such as [START_REF] Ohayon | Necrotic core thickness and positive arterial remodeling index: emergent biomechanical factors for evaluating the risk of plaque rupture[END_REF] in 2D [START_REF] Ohayon | Necrotic core thickness and positive arterial remodeling index: emergent biomechanical factors for evaluating the risk of plaque rupture[END_REF] and Karimi et al. (2013) in 3D [START_REF] Karimi | A finite element investigation on plaque vulnerability in realistic healthy and atherosclerotic human coronary arteries[END_REF]. Similarly, at supra-physiological loading, some other studies directly applied a uniform pressure on the luminal inner surface of the stent [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF], [START_REF] Zahedmanesh | Determination of the influence of stent strut thickness using the finite element method: implications for vascular injury and in-stent restenosis[END_REF].

Several other studies modeled the balloon as a cylindrical geometry within the stenosed artery and neglected the modeling of the unfolding process during its deployment: used displacement loading to drive the inflation of their balloon [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Gervaso | On the effects of different strategies in modelling balloon-expandable stenting by means of finite element method[END_REF], [START_REF] Grogan | Comparing coronary stent material performance on a common geometric platform through simulated bench testing[END_REF]. embedded in an isotropic matrix-material [START_REF] Holzapfel | A new constitutive framework for arterial wall mechanics and a comparative study of material models[END_REF]. The longitudinal fibers are assumed to be very stiff, whereas the circumferential-oriented ones are assumed to be very soft initially, and become stiffer at larger strains [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF], [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF], [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF], [START_REF] Kiousis | Experimental Studies and Numerical Analysis of the Inflation and Interaction of Vascular Balloon Catheter Stent Systems[END_REF].


Last but not least, some other studies like Gervaso et al. (2019) modeled the foldings of a balloon before inflation based on its initial crimped geometry (i.e.

modeled the unfolding process during the deployment) [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF]- [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF], [START_REF] Gervaso | On the effects of different strategies in modelling balloon-expandable stenting by means of finite element method[END_REF], [START_REF] Schiavone | A study of balloon type, system constraint and artery constitutive model used in finite element simulation of stent deployment[END_REF], [START_REF] Geith | On the importance of modeling balloon folding, pleating, and stent crimping: An FE study comparing experimental inflation tests[END_REF], [START_REF] De Beule | Realistic finite element-based stent design: the impact of balloon folding[END_REF].

Most of the mentioned FE studies considered implementing stents within their simulations. Gervaso et al. ( 2008) compared three different approaches in modeling stent expansion, i.e., without balloon (pressure applied on the stent inner surface), free cylindrical rubber balloon inside the stent, and a folded balloon. They showed that the folded balloon method gave an inflation behavior of Cordis BX-Velocity stent closer to the manufacturer data [START_REF] Gervaso | On the effects of different strategies in modelling balloon-expandable stenting by means of finite element method[END_REF]. Likewise, Schiavone and Zhao (2015

)
recommended using folded balloons in the simulation of stent deployment. They reported that the folded balloon produces sustained stent expansion under a lower pressure in comparison with a rubber balloon, leading to higher stress level and enhanced final inflation for the stent-artery system [START_REF] Schiavone | A study of balloon type, system constraint and artery constitutive model used in finite element simulation of stent deployment[END_REF].

Differently, in comparison to applying pressure at the stent inner surface or to modeling detailed balloon folding, Zahedmanesh et al. (2010) reported that applying pressure to the inner surface of a stent and using restraining elements in connection to the stent as well (which would restrain further stent expansion beyond its prescribed inflated diameter) may be used as an optimal alternative approach for numerically modeling stent PTA within complex arterial geometries. They stated that even though this method can be somehow limited in precisely predicting PTA device deformation (dog-boning and foreshortening) and vessel stresses occurring during the expansion, it can still accurately estimate these parameters at the final state of expansion and after full recoil [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF]. In a similar way, De [START_REF] Beule | Finite Element Stent Design[END_REF] reported that an unconfined straight stent expanded using a rigid cylindrical shaped balloon would give an accurate prediction of the fully deployed stent geometry relative to that achieved in more computationally expensive wrapped balloon simulations [START_REF] De Beule | Realistic finite element-based stent design: the impact of balloon folding[END_REF].

Moreover, the appropriateness of using a cylindrical tube to simplify stent angioplasty simulations has been also verified by Grogan et al. ( 2012) [START_REF] Grogan | Comparing coronary stent material performance on a common geometric platform through simulated bench testing[END_REF].

Solver types

The majority of FEM studies used explicit solvers for modeling PTA (see for instance [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF]- [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF]). This is generally to avoid convergence issues associated with high nonlinearities present in such systems resulting from nonlinear material behaviors, large deformations, and complex contact conditions. But since the explicit integration method is conditionally stable, specific attention should be paid to the selected time increment size which mainly depends on the material parameters, density, and characteristic element length (minimal nodal spacing). This time step size should not exceed a specific critical value. Therefore, besides the addition of non-physical dynamic inertia effects (mass scaling), simulation times can be very large.

With the drawbacks associated with explicit solutions, implicit time integration method seems to offer more benefits when possibly used (see for instance Geith et al. (2019) for more details [START_REF] Geith | On the importance of modeling balloon folding, pleating, and stent crimping: An FE study comparing experimental inflation tests[END_REF]). Even though convergence criteria can sometimes be case-specific with an implicit solver, it still allows for larger time steps without adding nonphysical masses or changing the quasi-static character of converging simulations. Larger steps would accordingly significantly decrease the computational time of the performed FEA. inflation driven by the balloon inflation, followed by balloon deflation while the stent remains deployed) [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF], [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF], [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF].

Modeling the procedure steps

 Conway et al. (2017) modeled pre-dilatation followed by the deployment of a balloonexpandable stent. Pre-dilatation is represented by first inflating and deflating an angioplasty balloon within the lesion (similar to the 1 st category presented); and then pursued by deploying a balloon-expandable stent (as described in the 3 rd category) [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF].

 Gastaldi et al. ( 2010) and Iannaconne et al. ( 2017) modeled the deployment of a balloonexpandable stent followed by post-dilatation. A balloon-expandable stent is initially deployed (as described in the 3 rd category); afterwards, another balloon is inflated and then deflated (similar to the 1 st category) within the already deployed stent [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF].

MAIN SIMULATION OUTCOMES

As seen in the constitutive laws section, FE studies of diseased arteries use various elastic and inelastic material models, and these models are usually fitted to several sets of experimental data available in the literature. Accordingly generated outcomes usually vary among different simulated models.

Starting with elastic material models, some FE studies considered two-dimensional (2D) (plain strain)

plaque biomechanical responses such as plaques' fibrous cap mechanical stress variation in relation to the disease histology and morphology, under physiological loadings [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF], [START_REF] Speelman | Initial stress in biomechanical models of atherosclerotic plaques[END_REF], [110] [113]. They mainly demonstrated that the cap peak stress, which is a known predictor for evaluating plaques instability and vulnerability to rupture, is to be viewed as a function of the combination of cap thickness, arterial remodeling index, and necrotic core thickness, rather than a consequence of the plaque fibrous cap thickness alone [START_REF] Ohayon | Necrotic core thickness and positive arterial remodeling index: emergent biomechanical factors for evaluating the risk of plaque rupture[END_REF]. Furthermore, calcifications decrease the stress felt in the plaque unlike lipid pools that increase it [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF], [START_REF] Patel | Diseased artery wall mechanics: correlation to histology[END_REF]; with higher stress concentrations observed at the shoulders, and at the thinnest fibrous caps sites within the plaques [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF]. In addition, Speelman et al.

(2011) reported that incorporating the initial stress into the atherosclerotic plaque model showed accuracy improvements in stress distribution within plaques towards better rupture risk analysis in the future [START_REF] Speelman | Initial stress in biomechanical models of atherosclerotic plaques[END_REF].

Other studies highlighted the importance of 3D modeling (whether idealized or patient-specific) for further accuracy improvements in assessed data from simulated diseased arteries under different loadings (physiological and supra-physiological) [START_REF] Tang | Effect of a lipid pool on stress/strain distributions in stenotic arteries: 3-D fluid-structure interactions (FSI) models[END_REF], [START_REF] Nieuwstadt | The influence of axial image resolution on atherosclerotic plaque stress computations[END_REF]. Most 3D FE studies were performed within idealized geometries; they evaluated 3D stress distributions within stenosed arteries to analyze their sensitivity to geometrical and material composition changes, or to design the deployed devices.

Karimi et al. (2013) stated that soft plaques experience higher stress values and are thus more vulnerable to rupture compared to calcified plaques under normal physiological loading [START_REF] Karimi | A finite element investigation on plaque vulnerability in realistic healthy and atherosclerotic human coronary arteries[END_REF].

Schiavone and Zhao (2015) reported that the use of an anisotropic artery model reduced the expansions in the system at peak pressure compared to an isotropic one, but at the same time increased the final diameter due to the decrease in recoiling effect. They also stated that the stress distribution in the artery-plaque system was also dissimilar for different combinations of constitutive models for the artery and plaque [START_REF] Schiavone | A study of balloon type, system constraint and artery constitutive model used in finite element simulation of stent deployment[END_REF]. 2009) reported that under supra-physiological loading, both final lumen radius and circumferential stresses were significantly influenced by stent design and plaque material composition [START_REF] Pericevic | The influence of plaque composition on underlying arterial wall stress during stent expansion: The case for lesion-specific stents[END_REF], [START_REF] Lally | Cardiovascular stent design and vessel stresses: A finite element analysis[END_REF], [START_REF] Bedoya | Effects of Stent Design Parameters on Normal Artery Wall Mechanics[END_REF], [START_REF] Timmins | Effects of Stent Design and Atherosclerotic Plaque Composition on Arterial Wall Biomechanics[END_REF]. However as using idealized geometries showed that simulated results in diseased arterial models are highly sensitive to geometric and material parameters, lately patientspecific FE studies have become standard [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Akyildiz | Effect of intima stiffness and plaque morphology on peak cap stress[END_REF]. Among these patient-specific FE studies, some focused on evaluating plaque vulnerability and risk to rupture at normal blood pressures (without any supra-physiological loading caused by a balloon or a stent…) [START_REF] Kiousis | A Methodology to Analyze Changes in Lipid Core and Calcification Onto Fibrous Cap Vulnerability: The Human Atherosclerotic Carotid Bifurcation as an Illustratory Example[END_REF]. Others (including Holzapfel et al. Besides softening similar to Mullins effect alone, some FE studies investigated inelasticity by incorporating permanent deformation to the softening phenomenon [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF]; others by modeling plasticity alone by itself [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF]- [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF], [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF]. [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF] explored the effects of variation of atherosclerotic tissue material models on tissue mechanical response during stent implantation. They reported that the underlying (elastic model) used for the atherosclerotic plaque is a dominant feature of the tissue representation for predicting its response in a stenting simulation. Moreover, they stated that Mullins effect does not have significant effect on the deformed shape, whereas the inclusion of plasticity (and in accordance with Conway et al. ( [START_REF] Conway | A computational test-bed to assess coronary stent implantation mechanics using a population-specific approach[END_REF])) do have significant influence on the deformed lumen size and shape in stenting simulations [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF].

Similarly followed by stenting within an arteriovenous fistula, and compared the two endovascular treatments effects on outcomes and on simulated fluid-structural interactions (FSI). They reported that the stent is more likely to reduce restenosis by maintaining the vessel lumen shape over time. Furthermore, FSI simulations indicated that similar hemodynamic conditions were induced by the two treatments [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF].

Last, [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF] proposed a model for analyzing intracoronary stent implantation procedure using finite element methods. Besides reporting that high stress concentrates at contacting regions between the plaque and the stent, they showed that arterial wall injury might occur at the distal end of the stent which tilts during inflation. Moreover, they also presented recoil ratio values at single locations within the artery-plaque-balloon and artery-plaque-balloon-stent models after deflation [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF].

AIM OF OUR WORK

The assessment of acute clinical outcome after balloon angioplasty is of pivotal importance for the treatment success evaluation. It has been even rising lately due to recent innovations in medical devices including catheters with "active" mode of actions such as drug-coated balloons. Limitations associated with stents, such as high restenosis rates at long terms [START_REF] Cunnane | The influence of composition and location on the toughness of human atherosclerotic femoral plaque tissue[END_REF], in addition to mechanical failure in small arteries and at complex kinematics regions (such as peripheral arteries) [START_REF] Conti | Patient-specific finite element analysis of popliteal stenting[END_REF], also increased clinical interests in evaluating outcomes immediately after PTA alone. Despite its crucial potential in being useful for balloon manufacturers (device design and sizing) and clinicians (treatment planning), up to our knowledge only few FEM studies focused on assessing outcomes at short terms after PTA alone.

Several studies have reported the development of computational models for simulating PTA in diseased arteries using FEMs. Different combinations of geometries, constitutive laws and loading conditions were implemented, affecting accordingly the resulting outcomes. In general, one key factor permitting or not FEM studies from evaluating balloon angioplasty influences on outcomes immediately after the treatment is the material model selected for modeling the diseased artery. In the lack of in vivo material characterization methods presenting a clear advantage in extracting realistic material properties of atherosclerotic arteries, current FEM studies mainly focus on in vitro based experimental data in order to develop their constitutive laws [START_REF] Holzapfel | Computational approaches for analyzing the mechanics of atherosclerotic plaques: A review[END_REF]. Yet, even among the limited number of available experimental studies, very few considered quantifying permanent strains in human atherosclerotic tissues and assessing their inelastic behavior at supra-physiological loadings.

Accordingly, the majority of FEM studies did not include any residual deformations within their diseased arterial material models, and thus were limited in modeling balloon angioplasty alone.

FEM studies that used the elastic (linear or not) constitutive laws for modeling arteries and plaques were restricted from evaluating outcomes directly after PTA alone. Without a stent implantation, elastic recoils after balloon deflation would have been theoretically equal to its gained deformation at max inflation (recoil of 100%), which contradicts clinical observations [START_REF] Salem | Effect of Balloon Angioplasty on Femoral Artery Evaluated With Intravascular Ultrasound Imaging[END_REF], [START_REF] Rensing | Regional differences in elastic recoil after percutaneous transluminal coronary angioplasty: A quantitative angiographic study[END_REF]- [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF]. According to clinical findings, elastic recoil immediately after PTA varies between 11% and 55% for different stenosed regions, plaque compositions, and balloon/artery diameters ratios, the latter ratio (i.e. Balloon

Sizing) showing highest influence on results [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF].

Acute outcomes assessment after balloon angioplasty was also limited in FEM studies analyzing the rupture of arterial tissues by incorporating damage mechanisms such as crack propagation, cohesive zone, or damage models. Inelastic material models including damage such as the softening behavior on its own (Mullins effect) would result in no residual strains at unloading [START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF], contradicting clinical observations as well.

Differently, FE studies modeling inelastic constitutive laws within their models (either by incorporating Mullins effect together with permanent set or by including plasticity) are generally capable of assessing the outcomes of an angioplasty procedure in terms of residual deformations.

However among these few FE studies, even though some presented detailed and interesting posttreatment assessments from their work, their focus was on outcomes after stent implantation and not after PTA alone [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF]. The remaining FE studies both modeling inelasticity and evaluating outcomes immediately after PTA alone (i.e. without stenting) are still limited in terms of presented results. They assessed either the elastic recoil ratio (ERR) at one location after deflation [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF], the lumen gain ratio (LGR) after deflation also at one location [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], or both ERR and

LGR but qualitatively (no quantification presented) [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF]. Besides ERR and/or LGR, only [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF] and Gasser and Holzapfel (2007a) respectively present also some data on state of deformation and/or state of stress within the artery during and after PTA alone [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF].

It is important to note that all these mentioned studies evaluating outcomes at short terms after PTA modeled the deployment of only one type of balloon inflated to a single sizing within a particular 

PROPOSED METHODOLOGY

The workflow illustrating our proposed modeling methodology towards a patient-specific finite element analysis of balloon angioplasty is presented in [Figure 3.1]. Each component within this workflow which will be detailed in subsequent chapters of this thesis is summarized in this section as well. 

PTA BALLOON MODELING (CHAPTER 3)

One basic component within the workflow for simulating PTA treatment technique is modeling the angioplasty balloon itself. Based on its material and wall thickness, each balloon has an individual compliance chart that is provided by the manufacturer, describing its pressure-diameter evolution.

Besides, PTA balloons are crimped onto the body of the catheter during manufacturing, so to facilitate insertion into the vasculature of the patient. Their deployment process can then be divided into two phases: unfolding and inflation phases. Therefore, in this work we first suggest a relation for categorizing these balloons based on their compliance data into two large families: semi-compliant and non-compliant balloons. Then two different models are proposed based on each family characteristics. The models are rather simplified compared to a recently published one [START_REF] Geith | On the importance of modeling balloon folding, pleating, and stent crimping: An FE study comparing experimental inflation tests[END_REF], but the aim of our work is to represent the balloon behavior using the implicit solver of Ansys with sufficient accuracy (specifically within its working range), yet at the same time with fast simulation times.

Finally, for validating our semi-compliant balloon model, the resulting simulated pressure-diameter values are compared to their corresponding data provided by manufacturer.

SIMULATION OF BALLOON ANGIOPLASTY IN A GENERIC MODEL (CHAPTER 4)

Since 

PLAQUE AND ARTERY MATERIAL MODELS CALIBRATION (CHAPTER 5)

An essential step towards generating a reliable model is to validate the constitutive laws being used.

Therefore, in this chapter a calibration method for the plaque and the arterial material models is suggested. In the absence of a validated in vivo mechanical characterization of diseased arteries behavior, our proposed FE model first considers the in vitro experimental data obtained from Maher et al. ( 2011) study [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF] on the inelastic behavior of plaques under compression in order to identify their constitutive laws. Then, the arterial material parameters were tuned in tension to satisfy averaged clinically attained ERR values after balloon deflation. The obtained material parameters are the ones implemented in both the generic and P-S simulations of PTA in Chapters 4 and 7 respectively.

PATIENT-SPECIFIC GEOMETRIC MODELING OF A DISEASED ARTERY (CHAPTER 6)

Another important step of a workflow towards proposing a patient-specific modeling strategy is the geometric model generation. As previously described in Section 1 of this chapter, computed tomography angiography (CTA) is the acquisition technique used in this work. The segmentation and surface model generation procedure we propose is presented in this technical chapter. It is first illustrated on an abdominal aortic artery stenosed by a plaque of mixed composition (lipid and calcified). After that, being interested in peripheral cases, the process was applied on two other patients with superficial femoral stenosis: one with a lipidic atherosclerosis, while the other with a calcified plaque. Finally, 3D models corresponding to the segmented components were generated and prepared becoming geometrically ready for FEM simulations (presented in Chapter 7).

PATIENT-SPECIFIC FINITE ELEMENT ANALYSIS OF PTA IN FEMORAL ARTERIES (CHAPTER 7)

Now that the essential components towards a patient-specific simulation are determined, this chapter presents an assembled workflow for simulating patient-specific balloon angioplasty within peripheral 

HIGH-PRESSURE MEDICAL BALLOON KEY CHARACTERISTICS

As stated in Chapter 1, the PTA delivery system is composed mainly of a guidewire, a guiding catheter (shaft), and a tipped balloon that has to be delivered towards the stenosed region passing through tortuous and small vessels. Accordingly the ability of the balloon catheter to bend as to easily advance through tortuous arterial segments (trackability), in addition a sufficient stiffness in the shaft to force it through the stenosis (pushability), are essential features of the delivery system. Guidewires act as rails for the progression of dilatation catheters towards diseased regions. They exist in various dimensions and are usually covered by a Teflon-coated stainless steel on their solid core bodies so to reduce friction between their surfaces and arterial tissues [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF].

In this work, as interested in modeling the expansion of the dilatation catheter after being positioned within the stenosed region, we focus on characteristics of the balloon. Two main types of balloons exist in the medical industry: the high-pressure vs. the low pressure balloons. Low-pressure balloons are limited in terms of diameter and final shape accuracy, so they are more involved in applications such as fixation and occlusion. Conversely being able to keep their designed size and shape even at high pressures, high-pressure balloons are considered the suitable choice for angioplasty applications.

For PTA, a balloon must have a repeatable or controlled size (pressure vs. diameter) ensuring that it will not continue expanding and damaging the artery after opening the blockage [START_REF] Saab | Applications of High-Pressure Balloons in the Medical Device Industry[END_REF].

In order to characterize clinically used PTA balloons, two main aspects have to be taken into consideration: one related to the balloon geometry and dimension, and one to its material composition and compliance.

BALLOON GEOMETRY AND DIMENSION

An angioplasty balloon is initially tightly wrapped around a catheter shaft during manufacturing in order to decrease its profile and facilitate its insertion into patient vasculature. With different folding patterns designed, they all tend to ease the balloon advancement towards the diseased region by minimizing its crossing profile [Figure 1.1]. Moreover, thin walls in angioplasty balloons facilitate their folding and attaining smaller profiles.

Folded balloon

Even though their walls are thin, PTA balloons have considerably high strength that allows them to withstand high pressures without rupture during inflation, with relatively low elongations. Exhibiting high tensile strength is an essential criterion in such medical balloons towards achieving their desired goal to apply force whether to compress/damage the plaque or to post-dilate the stent [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Gupta | Overview of Balloon Catheter[END_REF], [START_REF] Saab | Applications of High-Pressure Balloons in the Medical Device Industry[END_REF].

A standard balloon consists mainly of a cylindrical body and two conical tapered ends which diameters decrease until reaching the diameter of the shaft from one side, and of the guide wire tube from the other. The guide wire tube connects the balloon tip at its end to the shaft on the other side passing inside the balloon. [Figure 1.2] depicts an angioplasty balloon when inflated. When discussing PTA balloon characteristics, it is essential to introduce some keywords definitions.

Balloon dilatation catheter

Speaking about the nominal diameter and the working length, they correspond to the inflated balloon diameter at its nominal pressure and its straight body section length respectively. [Table 2] presents some basic terms definition for balloons. 

Balloon Compliance

The change in balloon diameter as a function of inflation pressure More details on particular keywords involved in the balloons categorization and modeling will be presented in their respective Sections 3.1 and 3.2.

According to medical device manufacturers recommendations (e.g., Medtronic APV, Santa Rosa CA, USA), the balloon should exceed past the plaque from both sides. However, typically its length should not largely exceed that of the plaque to limit the risk of 'dogbone effect': small waist appearance in middle of balloon. With vascular injuries being associated with the dogboning effect [START_REF] Beule | Finite Element Stent Design[END_REF], a compromise should be made on the selected balloon length that can properly exceed the plaque but without enhancing dogboning.

BALLOON MATERIALS AND COMPLIANCE

As reported in Chapter 1, the most significant feature of a PTA balloon is its capability to attain prescribed diameters precisely during inflation, even at high pressures. It is also the balloon ability in retaining its designed size and shape under such pressures. This characteristic is known as the balloon compliance and is associated with the material properties from which the balloon is made. Assessing balloon compliance is thus essential to ensure that the inflating balloon will not continue its expansion randomly and damaging the arterial wall. Low-pressure elastomeric balloons which can diametrically stretch 100 to 600% during inflation (driven by volume instead of pressure) cannot be used in medical applications that require high pressures as the PTA endovascular treatment. Instead high-pressure balloons are the ones used for such applications. These balloons can be divided into three major families (compliant, semi-compliant, and non-compliant) based on their compliance property and their material. [Table 3] presents a brief comparison of some high-pressure balloons used in PTA treatments.

Table 3: High-pressure balloons of different material compositions [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Saab | Applications of High-Pressure Balloons in the Medical Device Industry[END_REF]. The first fabricated PTA balloons were made from PVC material. In addition to their relatively low max rated burst pressures (which somehow limited inflations that required higher pressures), their thick walls resulted in rather larger profiles as well. Consequently, following the continuous innovations in manufactured angioplasty balloons, several materials replaced PVC in such balloons increasing their compliance and their rated burst pressure (see Table 3). Lately the majority of highpressure angioplasty balloons are being produced from either nylon or PET, each material presenting its own advantages and disadvantages [START_REF] Saab | Applications of High-Pressure Balloons in the Medical Device Industry[END_REF]. Besides showing very high tensile strengths and burst pressures, balloons formed from PET offer the advantage of having ultra-thin walls (5 to 50 microns) that result in a very low profile. Even though softer nylon balloons will generally have higher profiles (of thicker walls) compared to PET, their softer material can be more easily refolded and withdrawn after the treatment. Further details regarding balloon compliance will be described in association with their categorization as presented in Section 3.1.

Materials

BRIEF RECALL ON ANGIOPLASTY BALLOON DEPLOYMENT MODELING

PTA devices were modeled at different levels of sophistication in the literature: from substituting the balloon by a surface pressure, to modeling the detailed folding pattern of the balloon. In general, four main strategies can be distinguished. To start with, several PTA studies neglected the balloon presence in their models replacing it by a pressure applied on the stent inner surface instead. Besides their various provided data, most of them have emphasized the non-uniformity of the stent deployment when the balloon is neglected [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF], [START_REF] De Beule | Realistic finite element-based stent design: the impact of balloon folding[END_REF]. Other studies modeled the balloon as a rigid cylinder expanding using radial displacement loading [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Grogan | Comparing coronary stent material performance on a common geometric platform through simulated bench testing[END_REF]. Alternatively, others modeled their balloons as pressure-driven non-folded cylinders with linear elastic [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF], bilinear hyperelastic [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF],

Mooney-Rivlin hyperelastic [START_REF] Schiavone | A study of balloon type, system constraint and artery constitutive model used in finite element simulation of stent deployment[END_REF] or anisotropic (theory of fiber-reinforced) hyperelastic [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF],

[157] material properties. The last modeling strategy reported by few other FE studies in the literature was simulating the folding patterns of the balloon and thus modeling its unfolding process in more details during inflation [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF], [START_REF] Geith | On the importance of modeling balloon folding, pleating, and stent crimping: An FE study comparing experimental inflation tests[END_REF], [START_REF] De Beule | Realistic finite element-based stent design: the impact of balloon folding[END_REF]. Refer to Chapter 2 for more details on PTA devices modeling.

As can be seen, the majority of studies simulating PTA considered modeling the stent as well within their work. Even though some studies recommended modeling folded balloons within simulations for better representing the stent deployment process [START_REF] Gervaso | On the effects of different strategies in modelling balloon-expandable stenting by means of finite element method[END_REF], [START_REF] Schiavone | A study of balloon type, system constraint and artery constitutive model used in finite element simulation of stent deployment[END_REF], others reported that applying pressure to the inner surface of a stent by using restraining elements in connection to the stent as well (which would restrain further stent expansion beyond its prescribed inflated diameter) [START_REF] Zahedmanesh | Simulation of a balloon expandable stent in a realistic coronary artery-Determination of the optimum modelling strategy[END_REF] or using a rigid cylindrical shaped balloon [START_REF] De Beule | Realistic finite element-based stent design: the impact of balloon folding[END_REF] would give an accurate prediction of the stent geometry at its final state of expansion and after full recoil relative to those achieved in more computationally expensive wrapped balloon simulations. Furthermore the suitability of implementing a stiff cylindrical tube for simplifying (stent) angioplasty simulations has been also verified by Grogan et al. (2012) [START_REF] Grogan | Comparing coronary stent material performance on a common geometric platform through simulated bench testing[END_REF] and recently used accordingly by Conway et al. (2017) [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF].

Since this work aims in evaluating simulation outcomes immediately after balloon angioplasty alone (without stent implantation), we are mainly interested in assessing the balloon and the stenosed artery behavior at three critical states during PTA: before inflation, at max balloon inflation and after its deflation. Less interest is thus required on predicting the PTA device deformation (dogboning and foreshortening) during its unfolding process. Therefore towards reducing significant computational expenses associated with modeling balloon foldings (see for example [START_REF] Geith | On the importance of modeling balloon folding, pleating, and stent crimping: An FE study comparing experimental inflation tests[END_REF]), a non-folded cylinder is considered here instead. Moreover, we will focus on the balloon as part of the clinical routine, which is a device that surgeons need to choose at the adequate sizing depending on the treated stenosis and available balloons. Therefore we propose a categorization strategy based on the balloon compliance chart (provided by the balloon manufacturer) associated to a modeling method depending on the balloon type, with an interest in optimizing both the simulation speed/cost and its accuracy at different balloons sizings within their working ranges.

BALLOONS MODELS: CATEGORIZATION AND MODELING

BALLOONS CATEGORIZATION

For PTA applications, a balloon must have a repeatable or controlled size (pressure vs. diameter) ensuring that it will not continue expanding and damaging the artery after opening the blockage.

Knowing that there exist several high-pressure balloons in the medical industry of different pressurediameter data, the aim of this section is to suggest a relation for categorizing available balloons into more general classes based on their compliance data, to be modeled after accordingly.

Based on its material and wall thickness, each high-pressure balloon has an individual compliance chart provided by the manufacturer reflecting the pressure at which the balloon reaches its nominal diameter, in addition to its diameter change per inflation pressures [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF]. Compliance is determined by either the balloon diameter change per unit of inflation pressure step (index of stretchability (IS)), or by its diameter growth over a range of inflation pressures measured in % (relative compliance (RC)):

𝐼𝑛𝑑𝑒𝑥 𝑜𝑓 𝑠𝑡𝑟𝑒𝑡𝑐ℎ𝑎𝑏𝑖𝑙𝑖𝑡𝑦 = 𝐼𝑆 = 𝐷 𝑛+1 -𝐷 𝑛 𝑃 𝑛+1 -𝑃 𝑛 (3-1) 𝑅𝑒𝑙𝑎𝑡𝑖𝑣𝑒 𝐶𝑜𝑚𝑝𝑙𝑖𝑎𝑛𝑐𝑒 (%) = 𝑅𝐶 = 𝐷 𝑅𝐵 -𝐷 𝑁 𝐷 𝑁 × 100 (3-2)
with 𝐷 𝑛+1 and 𝐷 𝑛 the balloon diameters at any two consecutive pressure levels 𝑃 𝑛+1 and 𝑃 𝑛 , ranging from the unfolded inflation pressure (𝑃 𝑈𝑛𝑓 ) to the rated burst pressure (𝑃 𝑅𝐵 ). 𝐷 𝑁 and 𝐷 𝑅𝐵 are the balloon diameters at the nominal and the rated burst pressures (𝑃 𝑁 and 𝑃 𝑅𝐵 ) respectively [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Gupta | Overview of Balloon Catheter[END_REF], [START_REF] Saab | Applications of High-Pressure Balloons in the Medical Device Industry[END_REF]. The working pressure range provided by the manufacturer is [ 𝑃 𝑁 , 𝑃 𝑅𝐵 ]. The unfolded diameter (𝐷 𝑈𝑛𝑓 ) corresponds to the diameter reached by the balloon when pressure starts being applied prior to any inflation (i.e. at 𝑃 𝑈𝑛𝑓 ). It is different to the folded diameter (𝐷 𝑓 ) that corresponds to the inner diameter of the catheter in which the angioplasty balloon is crimped before insertion into the patient vasculature.

According to clinicians and manufacturers, there exist three general categories for characterizing available high-pressure balloons for PTA: compliant, semi-compliant, and noncompliant [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF].

Conforming to areas of least resistance during inflation, high-compliance balloons are typically used in presence of soft un-calcified lesions. Differently, keeping their defined diameters at high pressures, low-compliance balloons are typically inflated within highly calcified (stiff) lesions and/or for stents full expansion post-dilations [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Gupta | Overview of Balloon Catheter[END_REF], [START_REF] Saab | Applications of High-Pressure Balloons in the Medical Device Industry[END_REF], [START_REF] Romagnoli | Drug-Eluting Stenting. The Case for Post-Dilation[END_REF]. Lately, there has been some debate on what type of balloon material is optimal for PTA. Some retrospective observational studies suggest differences in angiographic results and overall procedural outcomes for different balloon materials [START_REF] Ellis | Results of percutaneous transluminal coronary angioplasty of highrisk angulated stenoses[END_REF]; others do not [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Bach | Effects of percutaneous transluminal coronary angioplasty balloon compliance on angiographic and clinical outcomes[END_REF].

This work focuses first on modeling the main balloon families covering most balloon designs used by clinicians during PTA. In what follows, and because they would be applied the same modeling method, both compliant and semi-compliant balloons are considered belonging to the same category of semi-compliant balloons. Accordingly, two balloon families are studied: Semi-compliant vs. Noncompliant. In this work, all balloons data are provided by Medtronic APV, Santa Rosa CA, USA.

Semi-compliant balloons

Relative compliance of semi-compliant balloons made of high density polyethylene, nylon or polyolefin copolymer (POC) ranges between 10-20% [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF] or is greater than 8% [START_REF] Medical | Medical Balloons[END_REF]. Average index of stretchability (IS) is typically around 0.095 mm/atm for these balloons [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF]. These balloons are rarely inflated within stiff stenosis to avoid the 'dogbone effect' that would occur around the lesion at high inflation pressures, see [Figure 3.1] [START_REF] Romagnoli | Drug-Eluting Stenting. The Case for Post-Dilation[END_REF]. Table 4 presents an example of Pressure-Diameter (P-D) compliance chart of a 2.8 mm semi-compliant balloon in addition to its average index of stretchability.

Non-compliant balloons

The relative compliance of highly non-compliant balloons is generally less than 7% [START_REF] Medical | Medical Balloons[END_REF] or 10% [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF].

They are usually made of polyethylene terephthalate (PET) material. Their average index of stretchability (IS) fluctuates typically around 0.01 mm/atm [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF]. These balloons impose their own geometry to the stenosis and hence experience negligible changes in profile during high-pressure inflation, see [Figure 3.1] [START_REF] Romagnoli | Drug-Eluting Stenting. The Case for Post-Dilation[END_REF]. For comparison with semi-compliant balloons, Table 4 also shows the P-D compliance chart for a 2.8 mm non-compliant balloon with its corresponding average index of stretchability. 

Non-Compliant Semi-Compliant

Table 4: P-D compliance charts with their calculated index of stretchability for two different families of 2.8 mm balloon designs (non-compliant vs. semi-compliant). Green and blue cells indicate diameters at nominal and rated burst pressures

(𝑃 𝑁 and 𝑃 𝑅𝐵 ) respectively. By linearly fitting the P-D graphs plotted using balloons compliance charts, see [Figure 3.2], 𝐷 𝑁 and 𝐷 𝑅𝐵 can be written respectively as:

Pressure

𝐷 𝑁 = 𝐼𝑆 ̅ × 𝑃 𝑁 + 𝐷 𝑈𝑛𝑓 (3-3) 𝐷 𝑅𝐵 = 𝐼𝑆 ̅ × 𝑃 𝑅𝐵 + 𝐷 𝑈𝑛𝑓 (3-4)
where 𝐼𝑆 ̅ is the average value of 𝐼𝑆.

Non-Compliant Semi-Compliant

.2: P-D plots with their respective linear curve fits and equations corresponding to each of the non-compliant vs. the semi-compliant balloons.

For a more consistent categorization, we propose to classify balloons based on RC values being related to their indices of stretchability, nominal diameters, in addition to nominal and rated burst pressures.

RC can hence be expressed as:

𝑅𝐶 =

(𝑃 𝑅𝐵 -𝑃 𝑁 )×𝐼𝑆 ̅ ×100 𝐷 𝑁 (3)[START_REF] Teng | An experimental study on the ultimate strength of the adventitia and media of human atherosclerotic carotid arteries in circumferential and axial directions[END_REF][START_REF] Pericevic | The influence of plaque composition on underlying arterial wall stress during stent expansion: The case for lesion-specific stents[END_REF] In this work we consider balloons with RC ranging below 8% belong to the non-compliant family, whereas balloons with RC above 8 % belong to the semi-compliant family.

BALLOONS MATERIAL MODELING

As mentioned, an angioplasty balloon is initially crimped into the catheter body during manufacturing so to facilitate its insertion into patient vasculature. Accordingly, it unfolds first with complex kinematics (see for instance Geith et al. (2019) for details [START_REF] Geith | On the importance of modeling balloon folding, pleating, and stent crimping: An FE study comparing experimental inflation tests[END_REF]) during the initial phase of the inflation process reaching eventually its unfolded diameter (𝐷 𝑈𝑛𝑓 ). After that, any further increase in the applied inner pressure would start the balloon inflation until reaching the desired diameter with a typical behavior corresponding to its design. To limit the computational cost of our simulation, the modeling of the detailed unfolding process is neglected in this work; instead a cylindrical model is used in order to mimic the overall balloon catheter mechanical response. The appropriateness of using a cylindrical tube to simplify angioplasty simulations has been verified by Grogan et al. [START_REF] Grogan | Comparing coronary stent material performance on a common geometric platform through simulated bench testing[END_REF].

Our modeling strategy therefore consists of considering first a realistic folded diameter (𝐷 𝑓 ) so that the balloon can be inserted into a highly stenosed artery, and then use the balloon compliance chart to build a constitutive law that can describe the balloon behavior mainly within its working range (between 𝐷 𝑁 and 𝐷 𝑅𝐵 ). In what follows, the modeling work is performed with the 2.8 mm nominal diameter balloons (seen in Table 4). This rather small diameter compared to those usually used for femoral arteries PTA, was chosen to limit the computational cost of simulations (seen in Chapter 4) at this stage of the study, that is developing the model and evaluate its validity.

Regardless of balloon type, 𝐷 𝑓 was fixed here to 1.15 mm. It is in accordance with balloon profile values found on commercially-available angioplasty balloon catheters designed by medical device manufacturers and used by clinicians.

𝐷 𝑈𝑛𝑓 was determined from the plotted P-D diagrams seen in [Figure 3.2]. It is defined as the intercept with the diameter (ordinate) axis of the P-D graph: the diameter at approximately zero (very low) pressure. In this work, the estimated unfolded diameters of the semi-compliant and the non-compliant balloons were 𝐷 𝑈𝑛𝑓 = 1.887 𝑚𝑚 and 𝐷 𝑈𝑛𝑓 = 2.740 𝑚𝑚 respectively.

Semi-compliant balloon modeling

Having thin walls (0.035 mm) and a high index of stretchability, semi-compliant balloons were driven by pressure, to accurately simulate the plaque/balloon interaction, especially the dogbone effect [Figure 3.1]. Therefore, an accurate constitutive law for the balloon is required. The deployment of PTA balloons is divided into two phases: the unfolding phase (from 𝐷 𝑓 to 𝐷 𝑈𝑛𝑓 ), followed by the inflating phase (from 𝐷 𝑈𝑛𝑓 to 𝐷 𝑛 ). During the unfolding phase, the folded balloon deploys freely at very low pressures. Then, the unfolded balloon continues by an elastic deformation during the inflating phase until reaching the desired diameter (𝐷 𝑛 ) within its working range.

In order to simplify this 2-phase deployment process, an Ogden 1 st order hyperelastic constitutive model was implemented in this work. This model is able to replace both phases by a continuous nonlinear elastic expansion. From the manufacturer compliance charts (Table 4), a corresponding stressstrain (𝜎 𝑛 , 𝜀 𝑛 ) curve for the semi-compliant balloon was determined using equations (3-6) and (3-7)

and considering it as a thin walled pressure vessel:

𝜎 𝑛 = 𝑃 𝑛 ×𝐷 𝑛 2×𝑡
(3-6)

𝜀 𝑛 = 𝐷 𝑛 -𝐷 𝑓 𝐷 𝑓 (3-7)
where 𝑡 is the balloon wall thickness, considered constant. Using these data-points and the values of 𝐷 𝑓 and 𝐷 𝑈𝑛𝑓 , the Ogden law could be identified.

Non-compliant balloon modeling

During inflation of these balloons, the initial unfolding process is usually followed by a very stiff (non-compliant) response at higher pressures [Figure 3.1]. Gasser and Holzapfel (2007a) reported that this irregular mechanical behavior cannot be attained using simple isotropic material models for representing the balloon [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF]. Instead they suggested using the theory of fiber-reinforced materials for the design of these models.

However, having thicker walls (0.15 mm), negligible changes in their profiles during inflation [START_REF] Romagnoli | Drug-Eluting Stenting. The Case for Post-Dilation[END_REF] and low IS, another option for simulating non-compliant PTA balloons without losing fidelity is to drive them by radial displacement. This assumption is defendable by the fact that such balloons are stiff enough to impose their own shapes to the diseased region while inflating [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Grogan | Comparing coronary stent material performance on a common geometric platform through simulated bench testing[END_REF].

Accordingly, the inflation and deflation of non-compliant balloons were driven by radial displacement in this work.

Displacement driven simulations allow of course a perfect control of the balloon diameter evolution as well as better simulation robustness. Being fully simulated by displacement boundary conditions, there is no need for an accurate constitutive law for this balloon family.

BALLOONS GEOMETRY, MESH AND BOUNDARY CONDITIONS

The balloon geometry is a 13 mm long hollow cylinder, with 2 symmetrically lofted caps at its ends for the semi-compliant family and without the caps for the non-compliant one. The balloon working length was chosen to exceed the plaque length according to manufacturers' recommendations.

Balloons were meshed by 4-nodes shell elements, see [Figure 3.3]. For semi compliant balloons, hydrostatic fluid elements were implemented to simulate the pressure driven inflation. Hydrostatic fluid elements are usually used to model fluids that are fully enclosed by solids [START_REF] Roche | ANSYS: ACT Hydrostatic Fluid[END_REF]. An incompressible fluid with a negligible thermal expansion was defined for the fluid material model used. A uniform time dependent pressure was then applied at the pressure node, located at the center of the fluid volume. This pressure varied from zero to the desired inflation pressure and then back to zero.

Non-Compliant

Semi-Compliant

Regarding loading conditions, both simulated balloon families were driven up to all their successive inflation pressures/diameters within their working ranges, and then deflated back to their initial positions.

Boundary conditions were defined to ensure free radial expansion of the balloons: fastened on one side (mimicking the bonding to the catheter shaft), while preventing only axial displacement at the other end (modeling the role of the tip on the balloon) for the semi-compliant balloon type [Figure 1.2],

whereas clamped on both sides for the non-compliant one.

BALLOONS MODELS: RESULTS AND DISCUSSION

RESULTS

Prior to their inflation within the stenosed arteries, the two classified balloon families were 4). 𝐷 𝑓 , 𝐷 𝑈𝑛𝑓 , 𝐷 𝑁 and 𝐷 𝑅𝐵 are the folded, unfolded, nominal and rated-burst diameters respectively with their corresponding stress-strain values. Balloon working range is shown within the grey dashed rectangle (between 𝐷 𝑁 an𝑑 𝐷 𝑅𝐵 ).

Table 5 presents a comparison between the diameter extracted from manufacturers P-D compliance charts and the FE simulated inflation diameter for the semi-compliant balloon. Diametric differences were then computed using the relative error general equation which showed negligible error values at respective inflation pressures. The simulation convergence time was around 2 minutes for this semicompliant balloon type.

[Figure 4.2] shows the non-compliant and the semi-compliant balloons inflated to their nominal diameters (D N = 2.8 mm). It illustrates their diametric evolution at their central planes along the inflation and deflation process. Both balloons virtually reached their expected nominal diameters when simulated alone, with negligible changes in their profiles at max inflation. 

DISCUSSION

Based on their compliance characteristics, we categorized balloons into two families: non-compliant and semi-compliant, to be modeled accordingly. Classification can be performed using the relation we developed linking known relative compliance ranges [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Medical | Medical Balloons[END_REF] to indices of stretchability, nominal diameters, in addition to nominal and rated burst pressures, which are extracted from the balloons compliance charts.

Each balloon type was first modeled independently. Based on the hypothesis that they are stiff enough to inflate within the stenosed region with minor changes in their profiles [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Grogan | Comparing coronary stent material performance on a common geometric platform through simulated bench testing[END_REF], [START_REF] Romagnoli | Drug-Eluting Stenting. The Case for Post-Dilation[END_REF], noncompliant balloons inflation was driven by displacement; thus no accuracy verification was required.

Differently, driven by pressure, semi-compliant balloons were tested first outside the stenosed artery for accuracy. Existing FE studies used isotropic elastic materials as well to model their cylindrical geometries in order to represent PTA semi-compliant balloon inflation. Decorato et al. ( 2014) for example used a linear elastic model [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF], while Schiavone and Zhao (2015) used a hyper-elastic Mooney-Rivlin one [START_REF] Schiavone | A study of balloon type, system constraint and artery constitutive model used in finite element simulation of stent deployment[END_REF], both inflating their balloons by internal pressure. However, material parameters were not estimated from specific balloons in clinical use and/or did not present any comparison with real balloon inflation (P-D) data to verify the accuracy of their balloon models alone.

In this work, the implemented Ogden law did provide high accuracy in mimicking the semi-compliant balloon deployment process when compared to P-D manufacturer data, specifically within its working range (very low relative % errors as seen in Table 5). Moreover, convergence times are satisfyingly small, with inflations starting from realistic folded diameters (as manufactured), capable to be introduced and simulated inside large-enough stenosis for typical PTA treatments.

The methodology was also applied on different balloons (of different P-D charts) and resulted in similar small errors which validates our balloon model. Appendix A.1 presents an example for another semi-compliant PTA balloon of D N = 5 mm modeled using our proposed approach, and showing a high accuracy as well. However it is important to note that for unfavorable cases such as large arteries and thick plaques leading to the use of long balloons with small diameter (𝐷 𝑓 ), the identified value of μ can be too small to ensure robustness due to insufficiently large tangent stiffness at the beginning of the inflation, between 𝐷 𝑓 and 𝐷 𝑈𝑛𝑓 . In that case, we suggest identifying Ogden law after removing the first points of the manufacturers data (below the nominal pressure when possible), to obtain a larger value of μ. The cost would be a poorer accuracy in the working range but it improves robustness.

Another solution would be to start with a larger folded diameter (𝐷 𝑓 ) also when possible.

Moreover, it is important to recall that straight cylindrical geometries with particular boundary conditions were considered in this work for reducing computational costs. The suggested balloon models in their current states would be somehow limited in being driven in highly tortuous and much narrowed lumens. Different boundary conditions in addition to ad hoc strategies should thus be applied to position the device when simulating specific arteries with very narrowed and curved/tortuous lumens.

Last but not least, with no resisting external forces being applied on the balloon when simulated alone, both balloon types have shown no profile changes at max inflation. These generated shapes will be compared with profiles resulting from similar balloons when inflated inside a stenosed artery (PTA treatment) in Chapter 4. 

CHAPTER 4 SIMULATION OF BALLOON ANGIOPLASTY IN

A GENERIC MODEL

MATERIAL AND METHODS

GEOMETRY

The artery was modeled as a 25 mm long hollow cylinder, a healthy lumen diameter of 3 mm and a thickness of 1 mm. With the boundary conditions used in this work (see Section 1.4), the arterial length choice did not show significant influence on results (see Appendix A.2 for more details).

Accordingly, a 25 mm arterial length was considered here to exceed the plaque and balloon lengths from both sides, but simultaneously to reduce the simulation computational costs. Dimensions were obtained from measurements made by Karimi et al. [START_REF] Karimi | A finite element investigation on plaque vulnerability in realistic healthy and atherosclerotic human coronary arteries[END_REF]. The modeled plaque was designed nonaxisymmetric to represent irregular shapes experienced in reality. Its length was 10 mm. Plaques are usually characterized by luminal stenosis which severity is expressed as a portion of the initial lumen [START_REF] Sadat | Association between biomechanical structural stresses of atherosclerotic carotid plaques and subsequent ischaemic cerebrovascular events -A longitudinal in vivo magnetic resonance imaging-based finite element study[END_REF]. Stenosis severities are commonly assessed either in terms of diameters or in terms of areas. In this work we use the diametric definition, corresponding to:

% 𝑠𝑡𝑒𝑛𝑜𝑠𝑖𝑠 = 𝐷 ℎ𝑙 -𝐷 𝑠 𝐷 ℎ𝑙 × 100 (4-1)
where 𝐷 ℎ𝑙 and 𝐷 𝑠 are the healthy lumen and stenosis diameters respectively. A plaque of maximum 60% stenosis was generated, see [Figure 1.1]. The shared topology feature was used between the artery and the plaque geometries. The balloon was modeled as described in Chapter 3. 
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MESH

After a mesh sensitivity analysis, both artery and plaque were meshed respectively by 178856 and 36692 4-node hybrid solid elements (of mixed u-P formulations), corresponding to typical element sizes of 0.25 mm and 0.2 mm in that order. The mesh convergence study is detailed in Appendix A.3.

With shared topology being applied, meshes were connected between the two geometries at their Artery Balloon Plaque 
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CONSTITUTIVE LAWS

Elasto-plastic constitutive laws were used in our simulations for all the atherosclerotic components to model residual deformations, towards evaluating acute outcomes after balloon deflation. All details of the material calibration method used for identifying the constitutive laws of each of the artery and plaque within the stenosed region prior to performing PTA simulations are described in Chapter 5. We present here only the material parameters of the lipid and calcified plaque in addition to their corresponding artery in Table 6. 
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LOADING AND BOUNDARY CONDITIONS

As detailed in Chapter 3, the non-compliant and the semi-compliant balloons were driven by displacement and pressure respectively.

Regarding the balloon design test (semi-compliant vs. non-compliant), both balloon families were inflated up to their nominal diameter (𝐷 𝑁 = 2.8 mm), and then deflated back to their initial position. In a similar way, the semi-compliant balloon was also driven up to 𝐷 𝑁 = 2.8 mm (at 𝑃 𝑁 = 10 atm) for the different plaque material composition and distribution simulation tests. Finally, and being also interested in the assessment of balloon sizing influence on acute PTA outcomes, three different inflating pressures were simulated using the semi-compliant balloon as well. The chosen balloon sizings with their corresponding rated diameters at each inflation pressure are depicted in Table 7. All simulated balloon diameters fall within the clinically recommended range of balloon sizings (inflated balloon diameter to healthy arterial lumen diameter ratio) of [0.9 to 1.1] for PTA treatments [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF]. In-plane (x-y plane) arterial translations were allowed at both ends of the artery to allow its free adaptation to balloon inflation (preventing any unrealistic bending), the balloon being itself clamped as described in Section 3.3 of Chapter 3. Axial translation and all rotations were prevented in the Artery Balloon Plaque 

ANALYSIS OF RESULTS

Simulation results were analyzed in terms of elastic recoil ratio (ERR) and lumen gain ratio (LGR) obtained after PTA for the four studies: balloon design, plaque material composition, plaque material distribution, and balloon sizing influences on acute post-procedural outcomes. The elastic recoil ratio was assessed as the difference between the max-inscribed-sphere diameter that can be generated along the centerline at max balloon inflation vs. after balloon deflation (equation (4-2)). 𝐸𝑅𝑅 is comparable to what clinicians usually measure after performing PTA as a control for their treatment outcomes. In a similar way, the lumen gain ratio was calculated as the difference between max-inscribed-spheres diameter after balloon deflation vs. before balloon inflation (equation (4-3)). Vascular Modeling Toolkit (VMTK) (www.vmtk.org) was used for centerlines and max-inscribed-spheres extractions.

VMTK is a collection of libraries and tools that are usually used for 3D reconstruction, mesh generation, and surface data analysis for image-based modeling of blood vessels. Since our simulations consisted of 3D solid models with volumetric mesh (and not surface mesh), the direct use of VMTK for the analysis and the extraction of the desired data in our work was not possible alone.

Accordingly, surface models representing the inner lumen geometries of the simulated stenosed arteries (at the required states during PTA) had to be generated prior to the usage of VMTK. To do so, a negligible surface pressure was first applied to the inner regions of the stenosed arteries. This allows the extraction of the connectivity data corresponding to the nodes and elements composing these inner surfaces. Besides, their nodes coordinates at three positions of interest during PTA (i.e. before balloon inflation, at its max inflation, and after its deflation) were also extracted from ANSYS® software using mechanical APDL commands (see Appendix A.4).

Once the elements connectivity data and their respective nodes coordinates were obtained, VTK files representing the diseased arterial inner surfaces at each required state during PTA were generated. The detailed C++ script applied for creating these VTK files from elements connectivity data and nodes coordinates is presented in Appendix A.5 (Part I). Afterwards, using VMTK, centerlines and maxinscribed-spheres data were extracted from the generated inner luminal geometries (VTK files) at the desired positions during the simulations. Finally ERR and LGR were computed from the maxinscribed-sphere diameters as can be seen respectively in equations (4-2) and (4-3). More details on the MATLAB script (MATLAB. (2013). 8.2.0.701 (R2013b). Natick, Massachusetts: The MathWorks Inc.) applied for extracting centerlines and max-inscribed-spheres using VMTK, and then computing the ERR can be seen in Appendix A.5 (Part II). The same script can be applied for calculating the

LGR after adjusting its formula to the one seen in equation (4-3). 

𝐸𝑙𝑎𝑠𝑡𝑖𝑐 𝑅𝑒𝑐𝑜𝑖𝑙 𝑅𝑎𝑡𝑖𝑜 𝑖𝑛 % = 𝐸𝑅𝑅

RESULTS

Several combinations of balloon design, plaque material composition, plaque material distribution, and balloon sizing were simulated. Their convergence time did not exceed 2.5 hours when simulated on the same computer, with shorter times for displacement-driven non-compliant balloons.

BALLOON DESIGN INFLUENCE ON PTA OUTCOMES

Each balloon design was separately simulated to its nominal diameter (𝐷 𝑁 = 2.8 mm) within the two homogeneous plaques (lipid and calcified). [ (seen also in Chapter 3). Even though the semi-compliant balloons did not reach the exact desired diameter at nominal pressure when inflated within stenosed arteries, the differences were not significant.

[Figure 2.1 (D)] shows the lumen gain and the elastic recoil ratios attained along the artery axis after PTA using the two modeled balloon designs, within the lipid and calcified homogenous plaques.

[Figure 2.1 (D-I)] also shows the initial lumen diameter evolution along the axis.

LGR directly evaluates the lumen expansion caused by the balloon inflation, thus residual strains occurrence within the tissues. ERR appraises how much the diseased artery recoils after being expanded by the balloon;

if the tissues were fully elastic, they would move back to their initial positions after balloon deflation.

Both LGR and ERR were larger where there was large stenosis (small initial lumen diameter), while they reached 0 or even (slight) negative values where no plaque was present. Negative values were probably caused by the surrounding elastic and plastic strains that can influence the arterial diameters locally even at healthy regions. As expected, in largely stenosed regions, ERR were higher within the calcified plaque cases, see [ 

(B) The semi-compliant vs. the noncompliant balloons profiles at their max inflation states within a calcified stenosis. (C) Balloons diameter evolution at their central plane along the inflation and deflation process for 4 different cases: non-compliant balloon, semi-compliant balloon outside a stenosed artery, and semi-compliant balloon inside the stenosed artery by a calcified vs. a lipid plaque. (D) Lumen gain ratios (D-I) in addition to the elastic recoil ratios (D-II

) obtained along the artery axis after PTA using the two different balloon designs, within the lipid and calcified homogenous plaque compositions.

PLAQUE MATERIAL COMPOSITION INFLUENCE ON PTA OUTCOMES

To evaluate the influence of the plaque material on the PTA outcomes, the semi-compliant balloon was inflated up to its nominal diameter into a stenosed artery for different plaque compositions.

Besides the two homogeneous (lipid and calcified) plaques, three heterogeneous cases of different lipid-to-calcified plaque ratios (30%, 50% and 70% randomly distributed calcifications) were also modeled for this parametric study. Upon analyzing the attained LGR and ERR values after PTA, see [Figure 2.2], it can be seen that they varied in the opposite direction with respect to the change in calcification concentration in the plaque.

LGR reached its highest value (~62%) when the plaque contained 0% of calcifications (all lipidic); it decreased progressively with the growth of calcification proportion within the plaque, reaching (~51%) when the plaque was all calcified. Differently, the ERR had its lowest value (~29.5%) when the plaque had no calcifications; it gradually increased with the augmentation of calcification ratio within the plaque, reaching its highest value (~33.5%) when the plaque was totally calcified. Furthermore, the rate at which the LGR changed between the entirely calcified plaque and the completely lipidic one (51 to 62%) was larger than the rate at which the ERR changed between the same plaque compositions (33.5 to 29.5%).

Lumen gain ratio for different Plaque Material

Compositions, and the initial lumen diameter evolution along the axis (A)

Elastic recoil ratio for different Plaque Material Compositions (B)

.2: Lumen gain ratios (A) in addition to the elastic recoil ratios (B) attained along the artery axis after PTA for different plaque material compositions (lipid-to-calcified constitution ratios), using the semi-compliant balloon inflated at 10 atm. (A) also presents the initial lumen diameter progression along the stenosed artery prior to balloon angioplasty.

PLAQUE MATERIAL DISTRIBUTION INFLUENCE ON PTA OUTCOMES

To appraise the influence of the plaque material distribution on the PTA outcomes, the semi-compliant balloon was then simulated to its nominal diameter within three heterogeneous plaques of equal lipidto-calcified constitution ratios, but of different distributions within the plaques. In addition to the heterogeneous plaque with 50% of randomly distributed calcifications, two other heterogeneous plaques of superimposed equal lipid and calcified parts were also modeled for this parametric study.

[Figure 2.3 (A) and (B)] respectively present the LGRs and ERRs obtained along the artery axis after PTA within the three heterogeneous plaques. It can be seen that both of the LGR and ERR values showed negligible changes upon varying the distribution of the materials. Only a minor difference was observed between their curves showing a slightly higher LGR (while a slightly lower ERR) whenever the lipidic part of the heterogeneous plaque was closer to the balloon.

However upon analyzing plastic strains, significant differences can be observed in their distributions in accordance with the altered arrangements of materials in the plaques. Plastic strain values always showed higher magnitudes within the lipidic regions of the plaques in comparison to the calcified ones (see [Figure 2.

(C)]

). This was more clearly illustrated by the two superimposed heterogeneous plaque cases having their lipid and calcified components as two separate parts. 

DISCUSSION

The assessment of clinical outcomes after balloon angioplasty is important for the treatment success evaluation. The present chapter aims at proposing a generic modeling strategy for PTA using an implicit FEM solver, to evaluate the acute post-procedural outcomes for different balloon designs, plaque material compositions, plaque material distributions, and balloon sizings. Elasto-plastic material models were implemented within both the plaque and artery to promote permanent deformations. Besides appraising plastic strain distributions of some simulations, results were mainly assessed in terms of LGR and ERR. Maximal principal strains within the arterial walls were also evaluated for the different balloon sizings simulated.

In order to analyze balloon design influence on outcomes at short term after balloon angioplasty, the two modeled balloons (semi-and non-compliant, see Chapter 3) were simulated within stenosed arteries. As expected, only the semi-compliant balloon showed a change in its profile during inflation, with a larger alteration inside the calcified stenosis, see [Figure 2.1 (B)]. This phenomenon is known as the 'dogbone effect' (small waist appearance in middle of balloon), which usually occurs around stiff plaques when dilated with softer balloons [START_REF] Gupta | Overview of Balloon Catheter[END_REF], [START_REF] Romagnoli | Drug-Eluting Stenting. The Case for Post-Dilation[END_REF]. This uncontrolled over-expansion of the balloon outside the plaque may damage the artery or cause balloon rupture; therefore, clinicians usually suggests using the non-compliant balloons in the presence of calcified lesions for more effective dilations [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Gupta | Overview of Balloon Catheter[END_REF], [START_REF] Romagnoli | Drug-Eluting Stenting. The Case for Post-Dilation[END_REF]. Because of the plaque resistance, semi-compliant balloons do not exactly reach their expected diameter when inflated into a stenosed artery, but this is not significant, Therefore, in this work, balloon type showed no influence on acute post-procedural outcomes after PTA. This finding is in accordance with the retrospective nonrandomized studies that showed no difference between semi-compliant and non-compliant balloons with respect to the final procedural outcomes (e.g. final residual stenosis) [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF], [START_REF] Bach | Effects of percutaneous transluminal coronary angioplasty balloon compliance on angiographic and clinical outcomes[END_REF].

Independent from the balloon design, plaque composition, plaque material distribution or balloon inflation size used, LGR and ERR always showed a negative correlation to the initial lumen diametric evolution along the artery axis. This indicates that as expected, the most stenosed regions (smallest initial lumen diameters) are the most susceptible to balloon angioplasty treatments. It explains why clinicians usually assess PTA outcomes at such regions as well [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF], [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF].

When interpreting the ERRs attained from our simulations in comparison to clinically reported values [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF], [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF], [START_REF] Isner | Combination Balloon-Ultrasound Imaging Catheter for Percutaneous Transluminal Angioplasty Validation of Imaging, Analysis of Recoil, and Identification of Plaque Fracture[END_REF], it confirms that the assumption for the material models of the artery and plaque considered in this work is reasonable. Hanet et al. found mean clinical recoil ratios of 32% ± 12% of luminal diameter immediately after PTA in coronary arteries [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF]. Similarly Isner et al. and Gardiner et al. reported that elastic recoils in iliac peripheral arteries respectively averaged 28.6% ± 7.2% vs. 36% ± 11% [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF], [START_REF] Isner | Combination Balloon-Ultrasound Imaging Catheter for Percutaneous Transluminal Angioplasty Validation of Imaging, Analysis of Recoil, and Identification of Plaque Fracture[END_REF]. Clinicians generally compute their ERR at most stenosed regions. With our measured ERR values at similar locations ranging between 28% and 36% for the different balloon designs, plaque material compositions, plaque material distributions, and balloon sizings simulated, our results showed consistency with clinical findings. This 28-36% range of ERR can appear rather narrow, this is due to the fact that it is measured at locations with large stenosis (60%); a wider range would be obtained when considering different locations with different degrees of severity.

Unlike balloon types, plaque material composition showed an impact on simulated results obtained immediately after PTA (LGR and ERR). As expected, the calcified plaque experienced a higher ERR compared to the lipid one. This assumption was based on clinical findings that reported rather higher ERR values in the presence of calcified plaques with the hypothesis that these stiff plaques would experience less compression themselves while expanding more the elastic arterial wall during reasonably sized inflations, leading to higher recoils after balloon deflation, even if the differences were not major [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF], [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF]. On the other hand, LGR decreases while calcification proportion within the plaque increases. This indicates that plastic deformations would be higher when the plaque is less calcified. Both ERR and LGR were affected by the calcification ratio in the plaque but without a significant effect of the randomized distributions of components themselves.

The plaque material distribution parametric study highlights the negligible influence of the arrangements of materials within the plaque on the LGR and ERR obtained directly after PTA.

However, a significant difference was observed in how the plastic strains were distributed among the three heterogeneous simulated plaque cases. Being softer, lipidic regions experience higher plastic deformations, making material distribution a possible cause for unequal vulnerability in different heterogeneous plaques.

Balloon sizing has also a significant influence on results attained shortly after balloon angioplasty.

Both ERR and LGR showed a positive correlation to the augmentation in inflation pressure, independently from the plaque composition. This finding is in agreement with clinical observations stating that the elastic recoil is generally in direct association with the balloon/artery ratio [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF], [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF], [START_REF] Kimball | Comparison of acute elastic recoil after directional coronary atherectomy versus standard balloon angioplasty[END_REF]. However ERR and LGR do not evolve at the same rate with respect to sizing, which makes sense given their expression. Indeed, at the max stenosed region, for pressure growing from 10 to 14 atm, the ERR rose from 29.5% to 30.5% with the lipid plaque and from 33.5% to 35.5% with the calcified one, while the LGR rose from 62% to 83% with the lipid plaque and from 51% to 68% with the calcified one. This indicates that at higher sizings, the treated stenosed artery experiences significant plastic strain. In this work, we did not model the complex damage and flow mechanisms occurring at small scales in diseased arteries during PTA; plasticity was used instead to represent these phenomena. It is important to note that this damage can be always considered as a positive phenomenon allowing a larger lumen after balloon angioplasty (as 'controlled vessel injuries' [START_REF] Castaneda-Zuniga | Pathophysiology of transluminal angioplasty[END_REF]), until the artery itself become vulnerable to dissections.

Max principal strains occurring in the arterial walls at max inflations for the three simulated sizings were interpreted as an indication for their risk of rupture. With strain peak values showing sharp increases from 0.19 to 0.25 for a sizing change from 10 to 14 atm, the artery vulnerability to rupture is influenced by the balloon sizing choice as well. This model seems to objectify clinical observations indicating that a compromise should be settled achieving the desired lumen gain after balloon angioplasty but without dissecting the healthy arterial tissues.

One should keep in mind that despite continuing to be the method that all other available endovascular treatment modalities are still compared against to date [START_REF] Kansal | Endovascular treatment of femoropopliteal lesions[END_REF], the standard plain balloon angioplasty technique is clinically associated to some limitations as well. Treatment of complex lesions including heavily calcified long lesions and chronic total occlusions remains challenging for angioplasty balloons, even for drug-eluting ones [START_REF] Blessing | The evidence to support the use of focal force balloon technology to improve outcomes in the treatment of lower extremity arterial occlusive disease[END_REF]. Accordingly, several interventional approaches are being lately further investigated and applied either as stand-alone treatments or as lesions preparations prior to PTA to overcome its limitations. Numerous balloons of different mechanisms of action available nowadays on the market are devoted to preparing such complex lesions [START_REF] Ettorre | Vessel Preparation: What is the Evidence in the BTK Segment?[END_REF]. Focal force balloons and endovascular atherectomy devices are examples of treatment alternatives designed to prepare complicated lesions to enhance acute post-procedural outcomes. In this context, simulating angioplasty remains an issue of interest, either because PTA is part of the treatment process, or in order to evaluate and define the interventional strategy.

Limitations of this study concerning the artery and plaque models are described in details in the discussion and limitations section of Chapter 5 that focuses on the artery and plaque material models calibration.

Another important limitation of this work concerns the pressure-driven semi-compliant balloon models. Whenever convergence difficulties are encountered while simulating large diameters balloons outside a stenosed artery, our suggested way in Chapter 3 (which consists of identifying Ogden law after removing the first two or three points of the manufacturers data to obtain a larger value of μ) can be a good solution for the problem. However that is not always true for balloon models when simulated inside large stenosed arteries. In such cases convergence will be subject to several aspects including the balloon initial and nominal diameters, and the plaque thickness, shape and composition.

As in our proposed modeling method for semi-compliant balloons (of Chapter 3) we do not model their foldings (for simplicity), a 7 mm nominal diameter balloon for example would have to inflate starting from its very small initial diameter (1.15 mm) until reaching its desired nominal diameter.

Outside a stenosed artery, this might be solved by increasing the value of μ as mentioned previously;

however within a stenosed artery, it would not be sufficient. Accordingly, in order to avoid divergence issues resulting from the failure of the balloon model within the stenosed artery, we suggest increasing (𝐷 𝑓 ) (the initial folded diameter), and to start with larger values compared to usual values found from manufactured catheters (~ 1.15 mm for example). A recommended way would be to try to keep the inflation ratio between the final nominal diameter (𝐷 𝑁 ) and the initial one (𝐷 𝑓 ) less than ~2.25 when possible. In summary, the proposed pressure-driven balloon modelling method using Ansys implicit solver (seen in Chapter 3) is somehow limited for large diameter balloons within highly stenosed arteries; nevertheless it is still an ideal approach for arteries of small diameters (less than 3.5 or 4 mm), keeping the correct initial folded diameter of the modeled balloon (to avoid insertion issues), and ensuring robustness, accuracy and minimal simulation time as well. Besides, displacement driven noncompliant balloons can always be the possible substituting choice whenever very large arterial diameters of thick stenosis are to be simulated; it also ensures convergence with robustness. With no variations in ERR nor LGR values detected when the balloon design was changed, despite the differences observed in their profile at max inflation as seen in Section 2.1, replacing the pressure driven semi-compliant balloon by the non-compliant one when required should not affect the sought objective of this work. It is also important to state that up to our knowledge, all the available FEM studies in the literature which used an implicit solver to model balloon angioplasty considered arteries of small diameters as well [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF], [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF]. Another possible solution for modeling PTA using pressure within highly stenosed large diameter arteries would definitely be to use an explicit solver instead, like was done by the majority of FEM studies. Explicit solvers are usually better for large deformation and sliding contact cases, but of course with the drawbacks of dynamic inertia effects (e.g. mass scaling) and large simulation times [START_REF] Geith | On the importance of modeling balloon folding, pleating, and stent crimping: An FE study comparing experimental inflation tests[END_REF].

CONCLUSION

This work proposes a generic modeling strategy of PTA using an implicit FEM solver capable of assessing post-procedural outcomes at short terms after balloon deflation. After categorizing and modeling balloons (seen in Chapter 3), and developing and identifying consistent constitutive laws for both the plaque and artery (further detailed in Chapter 5), we present a parametric study based on balloon type, plaque composition, plaque material distribution and balloon sizing, which quantifies their influence on the ERR and the LGR. It shows that for a given plaque, balloon sizing is the key factor to obtain a satisfactory post-procedural lumen diameter, as it allows to control the amount of plastic strain stored in both the artery and the plaque. Now that the framework of a relatively fast and accurate PTA modeling within a generic stenosed artery is set, the next step of our work is its application to patient-specific situations, of different arterial diameters, plaque material compositions and severities.

CHAPTER 5 PLAQUE AND ARTERY MATERIAL MODELS CALIBRATION

One key step towards obtaining reliable results from FEM simulations is the right choice of their material models and their parameters. In this chapter we present the calibration method used for defining the constitutive laws of the artery and the plaque prior to performing PTA simulations. With still no method of in vivo material characterization offering a clear advantage in determining realistic material properties of diseased arteries, the in vitro based experimental data on the inelastic behavior of plaques under compression obtained from Maher et al. ( 2011) [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF] were initially considered in our model in order to identify the plaques constitutive laws. Afterwards, the arterial material models were tuned in tension to satisfy averaged clinically obtained ERR values after balloon deflation. The artery and plaque material parameters are then presented to be implemented in the FEM simulations of PTA. The advantages and limitations of this calibration method are finally described. 

INTRODUCTION

The success of balloon angioplasty at short term is evaluated by the permanent lumen gained directly after the endovascular treatment. Non-recoverable deformation usually occurs within both the plaque (compression/damage) and the artery (clinically known by "controlled vessel injury" [START_REF] Castaneda-Zuniga | Pathophysiology of transluminal angioplasty[END_REF]). The achieved lumen is usually assessed by either the patency rate or the elastic recoil ratio (ERR) measured at the maximum stenosed region after PTA. The ERR characterizes how much this atherosclerotic section recoils after balloon deflation. Therefore assessing acute clinical outcome (residual deformations, elastic recoils...) after balloon angioplasty is of fundamental importance for the evaluation of the treatment success.

In spite of its potential for clinicians (treatment planning) and balloon manufacturers (device design and sizing), up to our knowledge only few FEM studies focused on assessing outcomes at short terms after balloon angioplasty alone (i.e. without stent implantation). In general, one key factor allowing or not FEM studies from evaluating PTA influences on outcomes directly after the treatment is the constitutive laws selected for modeling the atherosclerotic artery.

Since there is still no method of in vivo material characterization presenting a clear advantage in extracting realistic material properties of atherosclerotic arteries, most FEM studies still currently mainly focus on in vitro experimental data in order to develop material models for their diseased arterial components. Yet, even these experimental studies are relatively limited in numbers [START_REF] Holzapfel | Computational approaches for analyzing the mechanics of atherosclerotic plaques: A review[END_REF].

Atherosclerotic arteries were differently modeled by diverse FEM studies simulating PTA. Some considered elastic material models while others inelastic ones, with their constitutive laws being usually fitted to sets of experimental data available in the literature. Chapter 2 presented a review of the various material models considered by different FE studies for each of the plaque and artery components distinctly: elastic (linear/non-linear; isotropic/anisotropic) and inelastic (damage mechanisms with/without permanent deformation). Accordingly, notable variations were also observed within their generated outcomes as was detailed in the same chapter. Results obtained from biomechanical studies strongly depend on the constitutive laws and the parameters used.

In what follows, we first summarized the different material models considered by FE studies modeling PTA in relation with their abilities in assessing outcomes at short terms after the treatment; afterwards we focused more on studies considering inelastic constitutive laws with residual deformations in their models, towards our material models choice in this work.

Even though hyperelasticity can be a good approximation for several soft tissues behaviors [START_REF] Holzapfel | Computational approaches for analyzing the mechanics of atherosclerotic plaques: A review[END_REF], this type of material model does not allow for differentiating loading and unloading paths. Neglecting inelasticity and modeling hyperelasticity alone would prevent PTA simulations from evaluating acute treatment outcomes that usually show residual deformations observations. According to clinical findings, elastic recoil immediately after PTA varies between 11% and 55% for different stenosed regions, plaque compositions, and balloon/artery diameters ratios [START_REF] Salem | Effect of Balloon Angioplasty on Femoral Artery Evaluated With Intravascular Ultrasound Imaging[END_REF], [START_REF] Rensing | Regional differences in elastic recoil after percutaneous transluminal coronary angioplasty: A quantitative angiographic study[END_REF]- [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF], [START_REF] Isner | Combination Balloon-Ultrasound Imaging Catheter for Percutaneous Transluminal Angioplasty Validation of Imaging, Analysis of Recoil, and Identification of Plaque Fracture[END_REF], [START_REF] Kimball | Comparison of acute elastic recoil after directional coronary atherectomy versus standard balloon angioplasty[END_REF].

Similarly, FEM studies analyzing the rupture of atherosclerotic arterial tissues by incorporating damage mechanisms such as cohesive zone, crack propagation, or damage models were also limited in terms of the acute outcomes assessment after balloon angioplasty. Inelastic material models including damage such as the softening behavior on its own (Mullins effect) would result in no residual strains at unloading [START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF], contradicting clinical observations as well. Therefore plasticity was incorporated in the materials constitutive laws of the present work for the purpose of assessing angioplasty procedure outcomes in terms of permanent deformations.

There are few FE studies available in the literature that considered describing the inelastic behavior of soft tissues (such as arteries [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF] and plaques [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF]) by using inelastic constitutive laws with residual deformations in their models. [103] used inelastic constants for the non-diseased media obtained from their own experimental work in [START_REF] Holzapfel | Mechanics of angioplasty: wall, balloon and stent[END_REF]. In this work they considered applying two supra-physiological loading cycles on the nondiseased media tissue only, thus computing its inelastic behavior. Whereas due to the lack of suitable mechanical data on the inelastic behavior of soft vascular tissues in [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF], inelastic constants for their non-diseased components modeled were assumed presumably. Moreover, among the mentioned studies, no inelastic behavior was hypothesized for the modeled plaques [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF]. plasticity within their plaque models [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF]. All these reported studies (considering plasticity within the plaques) assumed a perfect plasticity model. But due to large variabilities in plaque composition from one side, in addition to limited experimental data available on their rupture, different rupture stress and strain values were considered in the assumed perfect plastic models of the mentioned FE studies: either based on the available monotonic tensile test data (such as Loree et al.

Each of

1994 [START_REF] Loree | Static circumferential tangential modulus of human atherosclerotic tissue[END_REF]) [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF], or empirically chosen [START_REF] Liang | Finite element analysis of the implantation of a balloon-expandable stent in a stenosed artery[END_REF], [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF]. [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF][START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF]) also simulated plaque models including the Mullins effect with permanent set as well [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF], [START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF]. Up to our knowledge, only Iannaccone et al. (2017) [START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF] considered incorporating plasticity in both the artery and the plaque material models at the same time. However, similar to the previously reported studies, also here, perfect plasticity models were used in order to roughly emulate the behavior of the stenosed region after the treatment; no parameter calibration in comparison to clinical data was further performed.

Since it has been experimentally observed that neither the plaque nor the arterial tissues behave as elastic materials under supra-physiological loading conditions [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF], [START_REF] Calvo | An uncoupled directional damage model for fibred biological soft tissues. Formulation and computational aspects[END_REF], in this work plasticity was integrated within both the plaque and artery material models with the aim of evaluating PTA procedure outcomes in terms of residual deformations. Accordingly, the plaques constitutive laws were first tuned based on [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF] experimental data on the inelastic behavior of plaques [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF], while the arterial models were then identified to satisfy averaged clinically obtained ERR values after PTA.

CALIBRATION OF THE PLAQUE MATERIAL MODEL

METHODS

Knowing that we aim in this work to evaluate acute outcome after PTA alone, one balloon inflationdeflation cycle was required to be simulated. Accordingly and for simplification, no stress-softening (Mullins effect) was included in the plaque material models. Moreover, even though atherosclerotic plaque tissues have been observed to exhibit non-linear behavior, in this simplified calibration work, bilinear isotropic hardening models [START_REF] Gaertner | Some Aspects for the Simulation of a Non-Linear Problem with Plasticity and Contact[END_REF] were considered. Plaque material constitutive laws were then tuned based on permanent deformations experimentally obtained in these atherosclerotic tissues as reported in the literature.

Among the reported experimental data on the mechanical properties of atherosclerotic plaques, Maher et al. (2011) work is one of the very few studies that evaluated the inelastic behavior of human plaques [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF]. The global inelastic mechanical properties of carotid plaque tissues were investigated using dynamic unconfined cyclic radial compressive tests at room temperature. Tests were performed on 21 plaque samples that were classified using ultrasound imaging into calcified (stiffest plaque types), echolucent (least stiff), and mixed. The samples were loaded and then unloaded at a rate of 5% strain per second, with five successive loading-unloading cycles for each of the different levels of strain: 10, 20, 30, 40, and 50%. Other than allowing the observation of stress softening, this loading regime permitted the quantification of the permanent inelastic deformations in the tissues.

Besides Poisson's ratio, three material parameters should basically be set in order to determine the isotropic bilinear material model used in this work: Young's modulus (E), yield strength (YS), and tangent modulus (TM), the former one being an elastic material parameter while the latter two being the inelastic parameters, see [Figure 2.1]. In this work, the echolucent (lipid) and the calcified plaques were considered in the calibration.

Material coefficients for the plaques elastic behavior (i.e. Young's modulus) were obtained from Maher's stress-strain experimental data corresponding to the maximal strain values after which permanent deformations start to be detected. According to Maher's data, plastic strains are observed from a level of strain around 20%; below this value, we assumed that the tissue behaved linearly.

Therefore the Young's modulus was identified as the tangent modulus at 20% strain for both plaque types, see [Figure 2.2]. As expected, the calcified plaques are the stiffer type. Poisson's ratio was fixed to 0.4 for both plaque compositions.

A B Figure 2.2: Stress-strain curves of the calcified (A) and the lipid (B) plaques during their initial loading cycles at the different strain levels. The experimental data for the load envelopes of both plaque types can be seen by the grey solid lines (Test) [148]. The dynamic stiffness values used in our plaque material models correspond to the slopes of the tangents to the experimental curves (shown in red) at 0.2 nominal strains. The blue dotted lines indicate the yield strength values considered

for each plaque type at the same nominal strain of 0.2 (i.e. where residual strains start to occur).

Yield strength values were pulled out afterwards from the same stress-strain graphs for each plaque type. These yield stresses were identified corresponding to the 0.2 nominal strain value as well, where permanent strains start to form, see [Figure 2.2].

Subsequently, the remaining inelastic material parameters (tangent moduli), were empirically tuned to attain the experimentally observed residual strains for given peak strains for each plaque type. [Figure 2.3] presents the magnitude of permanent deformation occurring on unloading for given peak strains The parameter tuning was performed on small cube samples as seen in [Figure 2.4], so to obtain the anticipated residual strain corresponding to the peak strain applied on each plaque type individually, see [Figure 2.3].
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Initial configuration 40% Peak Strain 17% Permanent Strain 

RESULTS

The lipid and the calcified plaques material parameters are presented in Table 8; their stress-strain plots are shown in [Figure 2.5]. 

CALIBRATION OF THE ARTERY MATERIAL MODEL

METHODS

In this work, the artery behavior was first modeled using a Neo-Hookean model with initial shear modulus 𝜇 = 0.227 𝑀𝑃𝑎 and incompressibility parameter 𝐷 = 0.177 𝑀𝑃𝑎 -1 extracted from Paini et al. in-vivo study [START_REF] Paini | Multiaxial mechanical characteristics of carotid plaque: Analysis by multiarray echotracking system[END_REF].

To check the validity of the identified parameters, a generic 3D stenosed artery with an un-symmetric plaque of 60% (assumed as an average value for diametric severity of clinically treated stenosed cases) [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF] was modeled. The model used in an intermediate step for calibration is depicted on [Figure 3.1].

More details on its geometry, mesh and boundary conditions were presented in Chapter 4. This model was subjected to a virtual angioplasty using the semi-compliant balloon model detailed in Chapter 3, with a balloon sizing (balloon/artery ratio) of 1. It was simulated with each of the calcified and the As previously mentioned in Section 1, for different stenosed regions, plaque compositions, and balloon sizings, clinically obtained elastic recoil ratios directly after PTA varied between 11% and 55% [START_REF] Salem | Effect of Balloon Angioplasty on Femoral Artery Evaluated With Intravascular Ultrasound Imaging[END_REF], [START_REF] Rensing | Regional differences in elastic recoil after percutaneous transluminal coronary angioplasty: A quantitative angiographic study[END_REF]- [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF], [START_REF] Isner | Combination Balloon-Ultrasound Imaging Catheter for Percutaneous Transluminal Angioplasty Validation of Imaging, Analysis of Recoil, and Identification of Plaque Fracture[END_REF], [START_REF] Kimball | Comparison of acute elastic recoil after directional coronary atherectomy versus standard balloon angioplasty[END_REF]. The diametric ERR resulting from our intermediate simulations experimentally shown an inelastic material behavior under supra-physiological loadings [START_REF] Holzapfel | Mechanics of angioplasty: wall, balloon and stent[END_REF], [START_REF] Maher | Site specific inelasticity of arterial tissue[END_REF],
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in this work a second option was chosen: it was hypothesized that the artery itself would also experience permanent deformations; consequently it was modeled as a bilinear isotropic hardening model as well. For the same reasons discussed for the plaques in Section 2.1, the arterial material models did not include the Mullins effect. Anisotropy was also neglected. The elastic material parameters used for modeling the arterial behavior in the intermediate simulations (obtained from Paini et al. in-vivo study [START_REF] Paini | Multiaxial mechanical characteristics of carotid plaque: Analysis by multiarray echotracking system[END_REF]) were kept the same in the new elastoplastic model.

With the lack of data on their inelastic behavior, the arterial yield strength values were empirically chosen here.

Regarding the remaining inelastic material parameters (tangent moduli), the arterial wall peak circumferential strains reached at max inflation (see [Figure 3.2 (B)]) were first computed using equation (5-2):

𝜀 𝜃𝜃 𝑝𝑒𝑎𝑘 = 2𝜋𝐷 𝑝 -2𝜋𝐷 𝑖 2𝜋𝐷 𝑖 = 𝐷 𝑝 -𝐷 𝑖 𝐷 𝑖 (5-2)
with 𝐷 𝑖 and 𝐷 𝑝 being respectively the initial and peak inner arterial wall diameters correspondingly before balloon inflation vs. at its max inflation; see [Figure 3.5] as an example illustrating 𝐷 𝑝 obtained in one of the intermediate simulations.

Their corresponding peak circumferential arterial wall lengths (𝐿 𝑝 ) were subsequently calculated using equation :

𝜀 𝜃𝜃 𝑝𝑒𝑎𝑘 = 𝐿 𝑝 -𝐿 0 𝐿 0 (5-3)
with 𝐿 0 being the initial arterial wall circumferential length (before the inflation) calculated as 𝜋𝐷 𝑖 .

The residual circumferential strains in the arterial wall after balloon deflation (𝜀 𝜃𝜃 𝑟𝑒𝑠𝑖𝑑𝑢𝑎𝑙 ) were next to be computed. However with the inner arterial wall diameters after the deflation (𝐷 𝑓 ) being also unknown, calculating 𝜀 𝜃𝜃 𝑟𝑒𝑠𝑖𝑑𝑢𝑎𝑙 by simply replacing 𝐷 𝑝 by 𝐷 𝑓 in equation (5-2) was not feasible.

Instead, knowing that here we have a target to attain clinically expected minimal lumen diameters 𝑑 𝑓 (𝑐𝑙𝑖𝑛𝑖𝑐𝑎𝑙𝑙𝑦 𝑒𝑥𝑝𝑒𝑐𝑡𝑒𝑑) after the treatment, 𝜀 𝜃𝜃 𝑟𝑒𝑠𝑖𝑑𝑢𝑎𝑙 was expressed in terms of 𝑑 𝑓 (𝑐𝑙𝑖𝑛𝑖𝑐𝑎𝑙𝑙𝑦 𝑒𝑥𝑝𝑒𝑐𝑡𝑒𝑑) and computed as:

𝜀 𝜃𝜃 𝑟𝑒𝑠𝑖𝑑𝑢𝑎𝑙 = 𝐷 𝑓 -𝐷 𝑖 𝐷 𝑖 = 𝑑 𝑓 (𝑐𝑙𝑖𝑛𝑖𝑐𝑎𝑙𝑙𝑦 𝑒𝑥𝑝𝑒𝑐𝑡𝑒𝑑) -𝑑 𝑓 (𝑖𝑛𝑡𝑒𝑟𝑚𝑒𝑑𝑖𝑎𝑡𝑒 𝑠𝑖𝑚𝑢𝑙𝑎𝑡𝑖𝑜𝑛)
𝐷 𝑖 where 𝐷 𝑓 -𝐷 𝑖 , the difference between the inner arterial wall diameters before balloon inflation vs. after its deflation (i.e. the diametric arterial permanent deformations), is supposed equivalent to 𝑑 𝑓 (𝑐𝑙𝑖𝑛𝑖𝑐𝑎𝑙𝑙𝑦 𝑒𝑥𝑝𝑒𝑐𝑡𝑒𝑑) -𝑑 𝑓 (𝑖𝑛𝑡𝑒𝑟𝑚𝑒𝑑𝑖𝑎𝑡𝑒 𝑠𝑖𝑚𝑢𝑙𝑎𝑡𝑖𝑜𝑛) , which is the difference in minimal lumen diameters between outcomes obtained from our previous intermediate simulations after balloon deflation vs. the clinically expected ones, see [Figure 3.2 (B and C)].

Similarly, residual circumferential arterial wall lengths ( 𝐿 𝑓 ) were then calculated from their corresponding permanent strains using equation :

𝜀 𝜃𝜃 𝑟𝑒𝑠𝑖𝑑𝑢𝑎𝑙 = 𝐿 𝑓 -𝐿 0 𝐿 0 (5-5)
Accordingly the arterial plastic material coefficients were tuned on rectangular specimens corresponding to the arterial wall initial circumferential length, to satisfy the anticipated residual strain after being tensioned to their peak circumferential deformations for each of the lipid and the calcified plaque cases respectively.

RESULTS

Intermediate simulations

In this section we present outcomes obtained at short terms from the two intermediate simulations in which plaques were modeled as elastoplastic while arteries as hyperelastic. The average loss of luminal diameter at max stenosed region computed immediately after balloon deflation from these two simulations was 52% for the lipid plaque case while 54% for the calcified one, see [Figure 3.4]. 

Calibrated simulations

This section first presents the tuning of arterial material parameters, followed by the acute postprocedural outcomes attained from the final calibrated simulations (with both arteries and plaques material models as elastoplastic).

[Figure 3.6] shows the rectangular specimen used in the tuning of the arterial wall plastic material parameters. Different to the plaques that were tuned under compressive loading (see Section 2), the constitutive law of the arteries were calibrated in tension. The obtained arterial material parameters corresponding to each of the lipid and the calcified plaque cases are shown in Table 9. Their stress-strain plots are presented in [Figure 3.7]. As aimed from our proposed calibration method, the max diametric elastic recoil ratio values obtained at max stenosed regions directly after PTA were around 30% and 35% for the lipid vs. the calcified plaque cases respectively, see [Figure 3.9]. 

DISCUSSION

In this chapter we propose a calibration approach for identifying the suitable material models and parameters for the artery and the plaque before simulating the balloon angioplasty procedure. With our aim in evaluating acute post-PTA outcomes in this work (i.e. directly after balloon deflation), the suggested calibration methodology consists mainly in tuning the constitutive laws based on the permanent deformations resulting in materials under supra-physiological loadings.

With [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF] being among the very few experimental studies evaluating at large strains the inelastic behavior of human atherosclerotic plaque tissues [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF], our modeled plaques were tuned in accordance with these experimental data so to attain similar residual deformations after load removal. Even though the calcified plaque type simulated in our work is relatively soft compared to the stiff micro calcifications reported by the experimental work of Ebenstein et al. [START_REF] Ebenstein | Nanomechanical properties of calcification, fibrous tissue, and hematoma from atherosclerotic plaques[END_REF], it still falls within the stiffness ranges reported by other experimental studies for calcified plaques as well, such as [START_REF] Lee | Prediction of mechanical properties of human atherosclerotic tissue by high-frequency intravascular ultrasound imaging an in vitro study[END_REF], [START_REF] Walraevens | Correlation between compression, tensile and tearing tests on healthy and calcified aortic tissues[END_REF] for example. It should be noted that a large variability of data was shown among different studies reporting plaque stiffness in the literature. Besides the natural variability of the plaque behavior, this might be caused by the different techniques used to measure the mechanical properties of plaques including unconfined compression, micro-indentation, and nano-indentation. However, in this work we focused on studies that applied dynamic loading conditions to present the inelastic and recoverability behavior of plaques, such as [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF].

Regarding arteries, and human ones specifically, experimental studies assessing their inelastic behaviors (in terms of residual deformation) were very limited in numbers in the literature. Among these studies, Holzapfel et al. (2000) reported experimental inelastic behavior in the artery wall for example, but applied their protocol for the medial arterial layer only, and by applying relatively small peak strains (up to 20%) restricted to two cycles [START_REF] Holzapfel | Mechanics of angioplasty: wall, balloon and stent[END_REF]. Different to plaques, with the lack of experimental data representing human arterial wall tissues inelastic behavior at large strains specifically, simulated arterial wall models were identified to satisfy averaged clinically obtained ERR values after PTA instead.

Also among these few studies focusing on the inelastic behavior of atherosclerotic tissues, Maher et al.

(2012) characterized the inelasticity of arterial tissues at different sites through the arterial tree [START_REF] Maher | Site specific inelasticity of arterial tissue[END_REF].

Even though in their work they quantify and report residual deformations obtained after load removal for different peak strains applied as well, the reason why we didn't use their data for calibrating our arterial model was that their cyclic experimental tests were performed on arteries harvested from 3-4 month old female pigs. Mechanical properties might vary among arteries obtained from young pigs vs.

others corresponding to elderly human at the time when treatments are usually required. Accordingly work (i.e. mainly ERR and LGR assessments after balloon angioplasty), the focus of the applied calibration is more on representing the permanent deformations forming in the materials (i.e. their behavior at unloading), to be compared afterwards with clinical outcomes after PTA.

We are also aware that modeling the artery as an isotropic single-layer tissue is a limitation, as it is known to exhibit an anisotropic behavior. However, even though in-vitro experimental studies evaluating atherosclerotic tissues behaviors are generally available in the literature, only a few among them considered studying the inelastic behavior of such tissues. Up to our knowledge, no study presented the inelastic behavior of each arterial layer separately under supra-physiological loadings.

Similarly, very limited data is available regarding the inelastic behavior (in terms of residual deformation) of human arterial tissues supra-physiologically loaded in different directions as well.

Accordingly, with the lack of the necessary experimental data that represent the anisotropic and/or layer specific inelastic behaviors of arteries, in this work and as a first contribution, an inelastic singlelayered isotropic artery was considered and was tuned correspondingly to model residual deformations obtained directly after PTA. Similarly, the model could also be improved by including the Mullins effect associated to a permanent set, as was done by Maher et al. [START_REF] Maher | An anisotropic inelastic constitutive model to describe stress softening and permanent deformation in arterial tissue[END_REF], [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF].

Experimental studies showed variations in mechanical properties between healthy and diseased arteries [START_REF] Karimi | Measurement of the uniaxial mechanical properties of healthy and atherosclerotic human coronary arteries[END_REF]. Even though there is still no clear evidence on how the artery itself could be affected by the type of the plaque forming on its inner wall, in this work we assumed that arteries with lipid plaques at their inner wall should have softer inner arterial layers as well, and would accordingly also experience slightly higher permanent deformations compared to arteries with calcified plaques after PTA.

With this calibration method, our model showed consistent results in comparison with clinical findings; it seems to be a promising tool towards outcomes evaluation at short terms (e.g. ERR and

LGR) after PTA. Furthermore, the material parameters of the modeled stenosed arteries were tuned based on average ERR values of 30% and 35% for the lipid vs. calcified plaque cases respectively obtained from clinical studies. Nevertheless, a more precise assumption could be integrated later after applying our calibration procedure on various patient-specific geometries of different plaque compositions and severities. This can be performed in the presence of detailed pre-and post-operative clinical routine images for the simulated diseased region before vs. after balloon angioplasty.

SEGMENTATION AND VOLUME RECONSTRUCTION

Towards our aim of developing a tool that can be integrated into the clinical routine without any additional imaging, computed tomography angiography (CTA) was considered as the source of patient images in this work. It is one of the very few imaging modalities generally present in most hospital protocols and being performed for the vast majority of patients prior to PTA treatment (specifically in peripheral arteries).

Preoperative CTA images of a stenosed abdominal aorta and two stenosed femoral arteries were obtained at CHU de Rennes in conformity with the ethical standards required. The scanner was configured for 80kV and 160mA with a slice (axial image) thickness of 1mm. Images were saved in the standard DICOM format.

Nowadays, imaging techniques, such as CTA or magnetic resonance angiography (MRA), can provide high-quality three-dimensional (3D) volume rendering of patients' vasculatures in real time. However, they are not adapted for numerical purposes as currently performed. Post-processing of angiography images (segmentation and reconstruction techniques) is therefore required and essential in order to obtain the 3D geometry of the patient-specific stenosed vessel of sufficient quality.

SEGMENTATION PROCESS AND SURFACE MODEL GENERATION

Segmentation and volume reconstruction is first presented and illustrated on a case of a stenosed abdominal aorta. This aorta is composed of an arterial wall and a mixed plaque with mostly lipidic constituent. The CTA dataset was processed using the open-source softwares ITK snap and 3D slicer.

The segmentation process follows three steps described below: 1. isolating the lumen and calcifications, 2. generating the arterial wall volume, 3. generating the soft (lipid) plaque. This section also presents additional processing in surface model generation to ensure its quality for simulation purposes.

The segmentation procedure aims first at isolating the vessel lumen from the surrounding tissues and structures. After selecting the desired region of interest from the stack of images, the lumen was segmented using the 'snake active contour method' implemented in ITK-Snap [START_REF] Yushkevich | User-guided 3D active contour segmentation of anatomical structures : Significantly improved efficiency and reliability[END_REF], see [Figure 1.1 (A-I)]. One must note that even though the reconstructed geometry corresponding to the segmented lumen would not be part of the 3D stenosed artery geometry exported for FE simulations afterwards, it still serves in defining the interlining between the plaques and lumen boundaries, facilitating and/or verifying their differentiation/separation (prior to any surface model generation).

With relatively high capabilities in absorbing x-rays, calcifications were easily identified based on their high CT densities. Either manual segmentation or segmentation based on high greyscale threshold levels (corresponding to calcifications densities) can be applied for segmenting calcified plaques [Figure 1.1 (A-II)].

As the vessel wall is not clearly visible on CTA images, a constant outer arterial diameter was assumed along the segmented region. According to the clinical experience in our hospital center, this hypothesis is valid knowing that the considered vessel segments are rather short in length. The vessel wall was modeled as a single layer of initially constant thickness in this work [Figure 1.1 (A-III)]. A subtraction Boolean operation is then applied to remove calcified regions and possibly enlarged lumen regions from the generated arterial wall itself, resulting in the segmentation of the healthy arterial wall and of the calcifications independently. Note that this leads to potential variation of the arterial wall thickness along its axis. This segmentation step was not required for this stenosed abdominal aorta case (as calcifications were not within the wall and the lumen diameter was rather constant); however it was essential for the two femoral stenosed cases, especially the highly calcified one which is presented in section 1.2.1.

Besides, with the limitation of CTA imaging in distinguishing between components such as lipid-rich and fibrous plaques, in this work all 'un-calcified' plaques were segmented together and referred to as This technique was performed in order to make sure that the segmented regions would be continuously connected to one another at the level of segments, without any gaps and/or overlapping which might generate convergence issues when transferred for FE simulations. Finally the four separate segments obtained from the stenosed artery (i.e. lumen, calcified plaque, lipid plaque and arterial wall) were combined together at the level of segments into a single label-map by an addition Boolean operation

[Figure 1.1 (A-V)].
[Figure 1.1 (A)] presents the steps of the applied segmentation procedure illustrated on one axial cross-sectional slice located at a highly stenosed region within the abdominal aorta. [Figure 1.

(B)]

shows the four segments on a sagittal cross-section. At the end of the segmentation process, 3D surface models were generated from their corresponding 3D segments as depicted in [Figure 1.

1 (C)].
The 'joint smoothing' feature was applied in 3D slicer while generating the 3D surface models from the segmented parts (within the label-map). Theoretically this function should ensure that all resulting models would fit together smoothly like jigsaw puzzle pieces. Otherwise the models would be smoothed independently, and may overlap. One must note that the reconstructed geometries depend on the segmentation process applied which still contains some manual or semi-automatic steps; it can therefore be affected to a certain extent by the operator and his experience. Moreover, there may be variabilities in the quality of the images being segmented depending on the resolution of the scanner being used, the stenosis location, the time at which the images were taken during the cardiac cycle, and the operator experience; that might also affect the segmented parts and their generated surface models accordingly. 

Lipid femoral stenosis case

A third set of pre-operative CTA scans were obtained from a patient with a lipidic superficial femoral stenosis of a varying severity along the plaque as well, reaching ~52% at its most stenosed region.

The same segmentation algorithm presented in Section 1.1 was applied to this highly lipidic femoral stenosis case with only few modifications. The vessel lumen was initially segmented in a similar way.

Unlike the calcified case (seen in Section 1.2.1), segmenting the lumen was essential for this highly lipidic stenosis. As previously mentioned, even though its reconstructed geometry would not be part of the simulated 3D stenosed artery geometry later, the lumen segment serves in defining the inner boundaries of the lipid plaque and the arterial wall (at the stenosed and heathy regions respectively)

that cannot be clearly seen on CT scans due to their low absorption levels of X-rays. Afterwards, a vessel wall thickness of 0.9 mm was assumed and modeled here along the arterial length [START_REF]An ultrasonic measurement of superficial femoral artery wall thickness[END_REF]. The slightly enlarged luminal regions were then removed from the generated arterial wall correcting its thickness along its length. Besides, the lipid plaque was segmented without any modifications from what was previously described. [Figure 1.3 (A and B)] present the arterial wall and the lipidic plaque segmentations. For this case, since no calcifications were observed within the treated plaque, step II of the suggested segmentation was not required. Finally, 3D surface models corresponding to each of the lipid lesion and the arterial wall were generated as seen in [Figure 1.3 (C)].

PATIENT-SPECIFIC 3D MODELS IN ANSYS: SPACECLAIM AND

MECHANICAL

Prior to any FE simulation, the model should be prepared and verified at the geometric level even before the creation of the mesh. First, surface geometries corresponding to independent segments (generated in 3D slicer as described in sections 1.2.1 and 1.2.2) were imported to Ansys SpaiceClaim (ANSYS® Academic Research Mechanical, Release 19.1) for validation before being meshed. Even though the 'joint smoothing' feature was applied in 3D slicer while generating the 3D surface models from their segmented parts (which theoretically should ensure that all resulting models would fit smoothly together), some gaps and/or overlapping were detected when opened in Ansys SpaiceClaim.

One probable cause can be the presence of some automatic smoothing functions that might be applying on the segments separately during their 3D volumes reconstruction process (in Slicer) forming these gaps/overlappings. Exporting and importing the generated independent surface geometries among different CAD softwares can be another possible reason.

Regardless the cause, even though these gaps or overlappings might seem negligible with their small sizes, their effect might be crucial in terms of creating geometric divergence issues when simulated at 

INTRODUCTION

Peripheral arteries are one of the most vulnerable vascular locations for the occurrence of atherosclerosis. The development of this disease in femoral vessels is the main cause of claudication and critical limb ischemia (ischemic rest pain) [START_REF] Cunnane | The influence of composition and location on the toughness of human atherosclerotic femoral plaque tissue[END_REF].

Most studies were performed within idealized geometries. However, with simulations showing high sensitivity in results to small geometric and material properties changes [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], FE studies are shifting recently to patient-specific simulations. Among these patient-specific FE studies, some focused on evaluating plaque vulnerability and risk to rupture at normal blood pressures (without any supraphysiological loading caused by a balloon or a stent…) [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF], [START_REF] Kiousis | A Methodology to Analyze Changes in Lipid Core and Calcification Onto Fibrous Cap Vulnerability: The Human Atherosclerotic Carotid Bifurcation as an Illustratory Example[END_REF]. Others considered implanting stents before balloon deflation (balloon-expandable or self-expanding stents), hence not assessing residual deformations obtained immediately after PTA alone [START_REF] Conti | Patient-specific finite element analysis of popliteal stenting[END_REF], [START_REF] Holzapfel | Changes in the mechanical environment of stenotic arteries during interaction with stents : computational assessment of parametric stent designs[END_REF], [START_REF] Kiousis | A numerical model to study the interaction of vascular stents with human atherosclerotic lesions[END_REF], [START_REF] Auricchio | Carotid artery stenting simulation : From patient-specific images to finite element analysis[END_REF]. They focused mainly on stress distribution within stenosed arteries in relation to different stent designs, with results

showing significant sensitivity. Furthermore, a recent generic study also highlighted the importance of modeling residual deformations (by modeling pre-dilations) towards endovascular treatment planning using FEMs [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF].

However, very few patient-specific FE studies considered incorporating inelasticity with residual deformation within their models [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Decorato | Comparison of two endovascular treatments of a stenosed arteriovenous fistula: Balloon-angioplasty with and without stenting[END_REF]; moreover, up to our knowledge no clear FE study intended evaluating PTA outcomes (ERR, LGR…) at short terms within femoral arteries specifically, despite still being the initial revascularization approach practically considered by clinicians at such 

MESH

As was also mentioned in Chapter 6, the artery and plaque of both patients were meshed using hybrid solid elements in Ansys mechanical ensuring u-P mixed formulation. Following the mesh sensitivity analysis performed with the generic model presented in Chapter 4, the P-S stenosed artery with the calcified plaque was meshed by 773230 4-node solid elements corresponding to typical element sizes of 0.24 mm for the entire geometry and 0.19 mm in the inner surface subjected to contact with the inflating balloon. Differently, in order to reduce the simulation time required for the calcified plaque simulations, another sensitivity analysis was performed on the mesh for the patient with the lipid plaque before executing the needed simulations for that case. Accordingly the stenosed artery of this patient was meshed by 272991 4-node solid elements corresponding to 0.28 mm and 0.24 mm element sizes respectively for the whole model and in the stenosis inner surface in contact with the balloon.

The new mesh convergence study (corresponding to the patient with the lipid plaque) is presented in 

CONSTITUTIVE LAWS

Similar to the generic model presented in Chapter 4, elasto-plastic constitutive laws were also used within the atherosclerotic components of our P-S simulations here to model residual deformations and evaluate acute outcomes after balloon deflation. All details of the material calibration method used for identifying the constitutive laws of the artery and the plaque were described in details in Chapter 5.

Table 10 summarizes the material coefficients of the material models implemented in this work. 

LOADING AND BOUNDARY CONDITIONS

The Medtronic Admiral Xtreme and the ULTRAVERSE 035 PTA balloon catheters were clinically deployed within patient 1 (with the lipidic plaque) and patient 2 (with the calcified atherosclerosis) respectively. Both balloons are of 5 mm nominal diameters. The balloon implemented in patient 1 was modeled with an initial diameter of 1.6 mm and a length of 30 mm, whereas the balloon of patient 2 was modeled with an initial diameter of 1.8 mm and a length of 50 mm. The modeled initial diameter was defined as the crimped balloon diameter onto its catheter, while the simulated length was chosen enough to extend past the lesions on both sides, according to manufacturers' recommendations.

With both balloons falling in between the semi and non-compliant balloon families following the relationship we proposed to categorize PTA balloons in Chapter 3, and most importantly with no significant variation observed in the results of interest of this work (ERR, LGR…) when the balloon design changed (as was seen in Chapter 4), being the more robust method, both balloons were modeled here as displacement-driven non-compliant balloons.

Being interested in balloon sizing influence analysis on acute PTA outcomes, six and ten balloons of different nominal diameters were simulated to their nominal values, and then deflated back to their initial position within patient 1 and 2 respectively. Table 11 and Table 12 present the balloon sizing corresponding to each simulated diameter for patient 1 and 2 respectively. All simulated balloon diameters fall within the clinically recommended balloon sizing range (balloon/artery ratio) of [0.9 to 1.1] for PTA treatments [START_REF] Safian | Comparison of coronary angioplasty with compliant and noncompliant balloons (the angioplasty compliance trial)[END_REF]. Similar to the generic model presented in Chapter 4, in-plane arterial translations (in x-y plane) were allowed at both arterial ends to adapt to balloon radial inflation, with the balloon itself being clamped from both sides as described in Chapter 3. Axial translation and rotation were blocked in the model as well. Moreover, no internal pressure was further considered at the stenosed arterial inner wall under the hypothesis that the CTA data (from which the P-S geometries were generated) were obtained at normal blood pressure.

The non-linear contact between the balloon and stenosed artery is frictionless and formulated by pure penalty method. ANSYS implicit commercial finite element software (ANSYS® Academic Research Mechanical, Release 19.1.) was used to solve these large-deformation analyses.

ANALYSIS OF RESULTS

To analyze balloon sizing influence on PTA outcomes, results were mainly evaluated in terms of the elastic recoil ratio (ERR) and the lumen gain ratio (LGR) attained after balloon deflation. As a brief recall, elastic recoil is computed as the difference between the largest inscribed sphere diameter that can be generated along the centerline at max balloon inflation vs. after balloon deflation (see equation 

RESULTS

Several balloon sizings were simulated within each of the lipidic and calcified stenosed P-S geometries. Results associated to Patient 1 and Patient 2 are presented in Section 3.1 and Section 3.2 respectively.

PATIENT 1 WITH THE LIPID PLAQUE

Simulation vs. clinical outcomes: a qualitative comparison

This patient was clinically treated using a balloon catheter inflated up to 5 mm and then deflated.

[Figure 3.1 (A-I)] presents a 2D projection view of the injected lumen before PTA with a blue elliptical shape around its main treated region. 

simulation outcomes before (A) and after (B) balloon angioplasty. (A): Projection view of the injected femoral lumen before PTA (I) and another of its corresponding 3D geometric reconstruction (healthy arterial inner surface in green while the lipid plaque in red) (II). (B): Projection view of the same region after PTA illustrating its luminal gain (before catheter removal). Blue elliptical shape shows the main treated region (I). Simulation results also present the plastic strains resulting after balloon deflation with their effect on the final arterial lumen (II).

Balloon sizing influence on post-procedural outcomes: LGR and ERR

Balloon sizing was evaluated by simulating angioplasty for six different balloon diameters within the range of clinically recommended balloon/artery diameters ratio. [Figure 3.2 (A)] presents the evolution of LGR along the artery axis and the corresponding initial lumen diameter.

LGR directly evaluates the lumen dilation due to balloon inflation, i.e. the presence of plastic strains within the tissues. As expected, LGR is noticeably larger where the initial lumen diameter is small (i.e. at main stenosis section) while it can reach 0 or even small negative values where there is no plaque. Negative values are probably due to surrounding plastic strains that can locally affect the artery diameter even in healthy sections. We can also see here that LGR is in positive correlation with balloon sizing, showing significant changes from one sizing to another. At the largest stenosed area for example, LGR locally reaches up to around 65% with the largest inflated balloon. [Figure 3.2 (B)] focuses more on the relationship between the LGR and the initial lumen diameter. For this patient, it can be seen that the dispersion of LGR is fairly small all along the treated region. This means that for such a patient, with a rather simple plaque geometry, the clinician can to a certain extent precisely control the attained LGR by driving the balloon expansion to the relevant sizing.

Unlike LGR that directly relates to the lumen expansion due to balloon inflation, ERR can be slightly more difficult to interpret when it comes to comparing sizings. ERR characterizes how much the stenosed artery recoils after being stretched by the inflated balloon; if the tissues were fully plastic, ERR would be 0. We can see on [Figure 3.3] that ERR is maximum at the most stenosed region.

Moreover, ERR increases with balloon sizing as well, which means that the stenosed artery experiences more elastic strain when balloon sizing increases. ERR does not indicate how much plastic strain the tissues have stored. Also, as the denominator 𝐷 max _𝑖𝑛𝑓𝑙𝑎𝑡𝑖𝑜𝑛 changes at each balloon sizing, it is not straightforward to explain the observed differences from one sizing to the other in terms of ERR, although it is typically the quantity that clinicians measure. 131

To evaluate which of the lipidic plaque and arterial wall is the most involved in the lumen gain, we have calculated the plastic deformation in both tissues over 5mm-long portions of the model at 5 mm balloon sizing. [Figure 3.4] presents the residual strain distribution within the two components in each 5mm section along the arterial length. We can see that highest values of plastic strains forming within both components are attained at the most stenosed regions, i.e. in sections 5/10mm and 10/15mm. This confirms [Figure 3.2 (A)] which showed larger LGR values where the initial lumen diameter were small (i.e. within main stenosis segments as well). Moreover, as expected, the lipidic plaque stores larger amounts of plastic strain compared to the artery in similar sections; this is noticeably observed between 5 and 15 mm, always in the maximum stenosed region. Finally, [Figure 3.5] presents the evolution of the ERR and LGR together with balloon sizing, for three initial lumen diameters lying in moderately to largely stenosed areas within the patient with the lipid plaque. We can see on [Figure 3.5] that both ERR and LGR are in direct correlation with balloon sizing, with significantly larger rates of change for the LGR in comparison to the ERR from one sizing to another. This indicates that increasing the balloon sizing to a large extent increases the LGR, and to a smaller extent increases the ERR. It also means that the stenosed vessel experiences more of both plastic and elastic strains with the increase of balloon sizing, with larger potentials of permanent deformations, i.e. lumen expansion. 

Arterial wall max principal strain at max balloon inflation

Max principal strains forming in the external surface of the arterial walls at max inflations were compared for three different balloon sizing: 4.5, 5.12 and 5.42 mm. Results are depicted in [Figure 3.6]. In general their peak values showed a relatively gradual increase at larger simulated diameters.

After increasing from 0.12 at 4.5 mm to 0.15 at 5.12 mm, peak strains only augmented to 0. 

PATIENT 2 WITH THE CALCIFIED PLAQUE

Simulation vs. clinical outcomes: a qualitative comparison

Clinically, this calcified patient was treated using a balloon catheter inflated up to 5.12 mm and then 

simulation outcomes before (A) and after (B) balloon angioplasty. (A): Projection view of the injected femoral lumen before PTA (I) and a cross-sectional view of its corresponding 3D geometric reconstruction (healthy arterial inner surface in green while calcified plaques in red) (II). (B): Projection view of the same region after PTA illustrating its luminal gain (before catheter removal). Blue elliptical shape shows the treated region (I). Simulation results

also present the residual deformations resulting after balloon deflation with their effect on the final arterial lumen (II).

Balloon sizing influence on post-procedural outcomes: LGR and ERR

Balloon sizing was evaluated by simulating PTA for ten different balloon diameters within this patient, also falling in the range of recommended balloon/artery diameters ratio. [Figure 3.

(A)]

shows the evolution of LGR and the initial lumen diameter along the artery axis corresponding to this calcified stenosis case. As expected, LGR was larger where the initial lumen diameter was small (large stenosis) while it reached 0 and even negative values where there was no plaque. Moreover, it can also be seen within this calcified patient that changing sizing in the recommended range significantly influences LGR as well. It more than doubled the LGR in largely stenosed areas, reaching locally around 30% with the largest balloon. [Figure 3.8 (B)] shows the relationship between the LGR and the initial lumen diameter within this patient. For highly stenosed areas (lumen diameter below 3.5 mm), the dispersion is small; it means that one can control more precisely the balloon sizing expansion to reach a targeted LGR. However this is less true here for larger initial lumen diameters; what happens in the mildly stenosed areas is usually clinically less crucial for the surgery success, but it is interesting to see that several locations of similar medium severity can experience, due to geometrical variations, dispersed outcomes in terms of LGR.

For the same reasons previously mentioned in Section 3.1.2, the interpretation of ERR can be slightly more challenging when it comes to comparing balloon sizings. [Figure 3.9] presents the evolution of ERR along the artery axis for different balloon sizes and shows that it is in positive correlation with balloon sizing.

137 Also here, to evaluate which of the plaque and arterial wall is the most involved in the lumen gain, we have computed the plastic strain in both tissues over 5mm-long portions of this model at 5 mm balloon sizing as well. We obtain the graph on [Figure 3.10]: it shows a large disparity in the plastic strain distribution in both the artery and the calcifications, which is more difficult to analyze for this patient.

We can however draw some tendencies: in general, the artery experiences as much or more plastic strain than the calcified plaque. From 14 to 29 mm, two large plaque volumes are present; the transition from one to the other is in the 19/24mm section, in which we observe a transfer of plasticity from the plaque to the artery. Also, in the 39/44mm, there is just one medium-size plaque which stores a large amount of plastic strain, while the rest of the artery circumference is healthy. Hence besides observing that in general the arterial wall experiences more residual deformations in comparison to the calcified plaque within the various sections, it also seems that the more calcifications are present at different locations on the periphery of the section, the more plasticity is transferred to the arterial wall itself as well. Patient-specific finite element analysis of PTA in femoral arteries 139

Arterial wall max principal strain at max balloon inflation

[Figure 3.12] illustrates the max principal strains distributed within the outer arterial wall at max inflation, for the three balloon sizings: 4.5, 5.12 and 5.42 mm. In comparison to the lipid stenosis case presented in Section 3.1.3, max principal strains peak values here show a more significant increase at larger diameters simulated: (0.27 at 5.42 mm vs. 0.16 at 4.5 mm). 

DISCUSSION

The present chapter aims at presenting a patient-specific modeling approach using implicit FEM for evaluating acute outcomes of a PTA procedure for different balloon sizings. Elasto-plastic constitutive laws were used for both the artery and plaque to model residual deformations. Results were mainly assessed in terms of ERR and LGR on two peripheral stenosis cases, one with a lipidic plaque while the other with calcifications; the distributions of plastic strains and maximal principal strains within the stenosed arteries and outer arterial walls were evaluated as well.

The balloon was initially driven up to 5 mm within the lipidic femoral geometry (patient 1), while to 5.12 mm within the calcified one (patient 2), and then deflated back to its original position in both cases. These inflation diameters were chosen in accordance with what was clinically performed for each patient separately. For both patients, a qualitative comparison between clinical vs. simulation outcomes before and after PTA shows residual deformation development in the stenosed regions after balloon deflation, see [Figure 3.1] and [Figure 3.7]. Permanent deformations can be clearly observed in the axial views of our simulations results. This observation is in accordance with FE studies that reported the presence of lumen gain within the vessel after PTA alone, even if these studies were not performed using in-vivo input imaging data [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF], [START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], [START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF]. Besides, straightening was observed in the lumen configuration of both patients after the treatment as well.

With the wide dispersion of calcifications within patient 2, both ERR and LGR curves showed several oscillations along the diseased artery accordingly with the plaque severity initial distribution. A similar behavior was observed on the corresponding curves of patient 1, but with noticeably fewer fluctuations throughout the arterial length being composed of a more concentrated plaque. However for both patients, ERR and LGR displayed a negative association to the initial lumen diameter variation along the stenosed region. This indicates that as expected, the most stenosed regions (smallest initial lumen diameters) are usually the most vulnerable to endovascular treatments; it corroborates the fact that treatment outcomes are usually clinically evaluated at such regions as well [START_REF] Baim | Percutaneous Balloon Angioplasty and General Coronary Intervention[END_REF], [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF], [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF].

Both ERR and LGR attained shortly after balloon angioplasty showed direct correlations to the increase in balloon inflation diameters within the two patients. This finding is in accordance with clinical results reporting positive association between balloon sizing and degree of elastic recoil [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF], [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF], [START_REF] Kimball | Comparison of acute elastic recoil after directional coronary atherectomy versus standard balloon angioplasty[END_REF].

When analyzing clinically reported ERRs [START_REF] Rensing | Regional differences in elastic recoil after percutaneous transluminal coronary angioplasty: A quantitative angiographic study[END_REF]- [START_REF] Hanet | Influence of balloon size and stenosis morphology on immediate and delayed elastic recoil after percutaneous transluminal coronary angioplasty[END_REF], [START_REF] Isner | Combination Balloon-Ultrasound Imaging Catheter for Percutaneous Transluminal Angioplasty Validation of Imaging, Analysis of Recoil, and Identification of Plaque Fracture[END_REF] in association to values obtained from our P-S simulations, it confirms that the calibration for the material models of the plaque and artery considered in this work is reasonable. Isner et al. [START_REF] Isner | Combination Balloon-Ultrasound Imaging Catheter for Percutaneous Transluminal Angioplasty Validation of Imaging, Analysis of Recoil, and Identification of Plaque Fracture[END_REF] reported an average ERR of 28.6% ± 7.2%

after PTA in iliac arteries. At similar locations, Gardiner et al. [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF] measured 36% ± 11% as loss in luminal diameter after balloon deflation (ERR). Our ERR values computed at most stenosed sections after angioplasty, as usually measured by clinicians, ranged between 22% and 27.5% within both patients for the different balloon sizings simulated, thus showing consistency with clinical findings.

As a supplementary assessment for our simulation results, we also reported the LGR values attained by the two patients at similar sites (max stenosed regions). For the balloon diameters driven in this work, LGR ranged between 42% and 63% within the lipidic patient while between 14.5% and 29.2%

within the calcified one. It is noticeably higher between the two simulated patients here when the plaque is lipidic in comparison to when it is calcified. This finding is qualitatively in accordance with the clinical experience observed in our hospital center. In addition, quantitative clinical findings stated in the literature showed a large variety in their reported LGR values as well: for example 28.5% with [START_REF] Salem | Effect of Balloon Angioplasty on Femoral Artery Evaluated With Intravascular Ultrasound Imaging[END_REF], while 110% with [START_REF] Haude | Quantitative analysis of elastic recoil after balloon angioplasty and after intracoronary implantation of balloon expandable Palmaz-Schatz stents[END_REF]. It is important to mention that from the way LGR is computed (seen in equation (7-2)), besides atherosclerotic tissue composition and balloon sizing effects, we expect it to be also directly dependent on the initial geometric features of the stenosis (i.e., shape, distribution, and mainly severity). Recall that the two patients here had plaques of different distributions, shapes and severities, with patient 1 having the more severe plaque. Their arterial dimensions were initially not the same as well. Accordingly a direct one-to-one LGR comparison between the two cases here would not be relevant.

To better understand the behavior of the stenosed artery subjected to PTA, a statistic evaluation of plastic strain distribution within both the artery and the plaque is proposed for each patient individually at 5 mm balloon sizing. Plastic strains were mostly stored within the main stenosed regions of both patients. At these locations, it can be observed that significantly higher residual deformations were formed in the plaque of the lipidic patient compared to its corresponding arterial wall; however, with more equally distributed plastic deformations within the components of the calcified case, it seems that large calcifications are rather more resistant to balloon pressure and promote more transfer of plastic strains to the artery. It can be seen that predicting which of the plaque or the artery would experience the more plastic deformation is not always straightforward; more patient data would be necessary to quantitatively confirm the hypothesis of the calcified case. Last, the noticeably larger magnitude ranges of plastic strains stored within the stenosed region of patient 1 confirms the significantly larger LGR values reported for the same patient as discussed in the previous paragraph.

Patient 1 showed higher LGR magnitudes compared to ERR at similar axial locations within the treated artery. Differently, patient 2 in general showed higher ERR values with respect to LGR instead. Nevertheless for both patients, with the balloon sizing growth, the increase in ERR became limited compared to the rise in LGR, particularly at highly stenosed regions; they do not evolve at the same rate with respect to sizing, which makes sense given their expression. Indeed, on the max stenosed section, for an augmentation of balloon diameter from 4.5 mm to 5.42 mm, the ERR was increased from 22% to 27% with the lipidic patient and from 23% to 27.5% with the calcified one, while the LGR rose from 42% to 63% with the lipidic case and from 14.5% to 29.2% with the calcified one. First it seems rational that, given arterial elastic properties, any increase in arterial stretching would lead to a growth in elastic recoils [START_REF] Gardiner | Quantification of elastic recoil after balloon angioplasty in the iliac arteries[END_REF]. However the small rise in elastic recoil compared to lumen gain indicates that the treated stenosed arteries evolve mostly in their plastic range of deformation at higher balloon sizing, showing more permanent deformations than elastic ones.

Damage assessment is a critical issue in the prediction of clinical outcomes. It can be considered as a positive observation by clinicians ('controlled vessel injury' enhancing resulting lumen after PTA) until it starts risking the artery itself from being injured. In this work we do not claim to model the detailed damage phenomenon that might occur during balloon angioplasty. Plasticity was considered instead to approximate complex damage and flow phenomena occurring in stenosed arteries at small scales. Showing reliable results in comparison with clinical outcomes, our implemented model seems to be promising for ERR and LGR assessments after PTA. In this work, any increase in plastic deformations (quantified by LGR augmentation), is an indication of the presence of more damage within treated region at higher balloon sizing.

Max principal strains at max inflations showed wider distributions along the outer arterial walls of both patients for higher balloon sizings. Here, max principal strains in the external surface of the arterial walls were considered for the assessment of their risk of rupture. It can be observed for the two patients as well, that the magnitude of their peak values also increased at higher inflation diameters, but with a sharper increase with the calcified plaque. Strain peak values increased from 0.16 to 0.22 to 0.27 when the plaque was calcified vs. from 0.12 to 0.15 to 0.16 when the plaque was lipidic, respectively for the three different evaluated sizings. It seems that augmenting balloon sizing during PTA would place the arterial wall at higher risks to rupture when the treated plaque is calcified than when it is lipidic soft. Increasing balloon sizing seems to be a safer option for clinicians towards enlarging the lumen gained within a lipidic stenosis compared to a calcified one.

Moreover, within the lipid plaque, strain peak values occurred at a similar location of maximum stenosis for the three sizings. For the calcified case, even though their locations seemed to vary among the different sizings, they all ended up occurring around the same axial position, where the stenosis severity was maximal initially. Therefore, despite showing the highest LGRs with balloon sizing increase for both plaque types, arterial walls at maximum stenosed regions were most likely to experience the highest max principal strain values during inflation as well. This indicates that a compromise should be considered for each stenosis type, maximizing the achieved lumen gain after PTA from one side, but at the same time without damaging the healthy arterial tissue. Hence selecting the max possible balloon sizing that would not put the treated region under the risk of rupture should be the adequate sizing choice towards clinical outcomes optimization. Threshold values setting arterial risks of rupture should be further defined for an appropriate balloon sizing selection.

Limitations of the present work principally concern the plaque and artery models, as already stated in Chapter 5. Modeling the plaque as a single component is a simplification here as well. The reason for this choice was first, that according to the clinical experience in our hospital center, femoral artery plaque is generally homogeneous when it requires treatment, and it is usually evaluated as being either calcified (stiff) or lipidic (soft), rather than with multi-components as seen in other stenosed regions [START_REF] Ohayon | Influence of residual stress/strain on the biomechanical stability of vulnerable coronary plaques: potential impact for evaluating the risk of plaque rupture[END_REF], [START_REF] Holzapfel | Anisotropic mechanical properties of tissue components in human atherosclerotic plaques[END_REF]. The second reason is that we aim to develop a tool that can be integrated into the clinical routine without any additional imaging. We can clearly see on [Figure 2.1], [Figure 3.1] and [Figure 3.7] that the spatial resolution and contrast of routine images currently do not allow for a detailed multi-component plaque geometry.

Moreover, the initial state of stress without the physiological blood pressure is not considered in this work for the same reason described in Chapter 5. Another simplification here is neglecting also blood pressure effect on the P-S geometry by considering the imaged geometry (the one that we segmented) to be similar to the geometry without blood pressure. We consider here this assumption acceptable as our constitutive law is linear in its elastic phase, so the stiffness is rather larger starting from the 0stress configuration. However, further validation of the effect of the physiological blood pressure on acute outcomes after PTA might still be required at this stage for more precision, as we expect plastic strains to possibly occur sooner if the simulation is run from a configuration pre-stressed by blood pressure.

Despite the mentioned simplifications, with consistency being shown between simulations results and clinical outcomes, our model seems to be promising towards ERR and LGR assessments after balloon angioplasty.

CONCLUSION

This work presents a new approach for the evaluation of angioplasty balloon sizing influence on outcomes immediately after the treatment of a patient-specific femoral artery. It is based on the combination of implicit structural finite element analysis, material law identification and medical image analysis. Higher plastic strains (and LGR accordingly) were shown within the stenosed region of the lipidic patient. Simulated results also showed a direct and quantified correlation between balloon sizing and each of the attained ERR and LGR after PTA for both patients, with a more significant influence on the lumen gain. The max principal strain values in the outer arterial wall augmented at higher balloon sizes during inflation as well. Their rates of increase were higher when the plaque was calcified. The maximal LGRs were attained at the same axial position where the peak strain values were observed; they both coincided with the initial max stenosis severity location.

Therefore, our model shows that despite enhancing the resulting lumen after PTA, excessive balloon sizing might place the treated artery at more injury risks, with higher ones when the plaque is calcified. Results also illustrate that increasing balloon sizing can be the better choice towards optimizing acute outcomes after PTA (more safely maximizing lumen gain) within a lipidic plaque compared to a calcified one. The proposed approach can thus serve as a step towards a clinical decision support system to improve angioplasty balloon selections, with respect to the patient stenosis, prior to the surgery.

strong variations in their plastic strains arrangements. Furthermore, results showed a direct correlation between balloon sizing and each of the LGR and ERR, with noticeably higher rates of change for

LGR. Simulation results illustrate that unlike design, balloon sizing has a significant impact on the attained lumen gain after PTA, but might increase arterial injury risk as well. This proposed methodology opens the way for evaluation of angioplasty balloon selections towards clinical procedure optimization.

Headed for our aim in presenting a patient-specific simulation of PTA, another component within the workflow was the generation of the P-S geometric model. A segmentation and model generation procedure was proposed to generate 3D P-S geometries suitable for FE simulations, for stenosed peripheral arteries from pre-operative CTA images. With the objective of developing a tool that can be integrated into the clinical routine without any additional imaging, only CTA scans were considered in this work. The process was applied on two superficial femoral stenosed arteries cases: one with a dominant calcified atherosclerosis, while the other with a lipidic plaque. With all required components for a patient-specific simulation of PTA being determined, we finally presented two rather different P-S models of the treatment within a peripheral artery, in order to assess the balloon sizing influence on the procedure acute outcomes. In accordance with clinical observations, simulations results showed that there should be a compromise between maximizing lumen gain and preventing the arterial wall from rupturing; such a model can help quantifying this compromise and provide guidance to the surgeons in the pre-operative sizing phase.

Despite the limitations of our proposed model, mainly in the chosen material models, it generally showed consistent results in comparison with clinical findings reported in the literature. It seems to be a promising tool towards acute outcomes prediction after PTA. Moreover, a qualitative comparison between the simulated PTA and the corresponding clinical outcomes obtained from 2D post-operative medical images showed encouraging results within the P-S geometries as well. However towards being introduced in clinical routine as a tool to help surgeons in the decision-making process, further validation of our model parameters should be performed using pre-and post-operative clinical data on several cases of different arterial dimensions, plaque severities, plaque compositions. A more automatic segmentation and volume reconstruction technique for generating the P-S geometries might be required for this step. Moreover, arterial rupture threshold values can be further defined in the model as well for more precise selections (e.g. objectively selecting the balloon sizing that would maximize the lumen gain, but would not risk rupturing the treated region).

Besides, the modeling approaches and findings of this thesis can serve as a starting point for several other interesting perspectives:

 To begin with, although being a crucial component towards the accurate FE modeling of certain endovascular treatments (mainly including PTA), only a limited number of experimental studies considered evaluating the inelastic behavior of atherosclerotic tissues. More mechanical tests at different strain levels (including supra-physiological loadings) should be performed to characterize the inelastic behavior of atherosclerotic materials. Different arteries within the arterial tree should also be taken into consideration.

 Another future aim of the work is to generate a reduced order model (ROM) from our presented model capable of performing similar parametric studies in even smaller times (in terms of minutes or seconds), to be integrated in clinical decision support systems as well. A preliminary ROM corresponding to the generic simulation model described in this thesis has already been developed thanks to the collaboration with Ansys.

 Last but not least, the proposed simulation of PTA in this work can be used as a basic component within other endovascular treatments as well. Our model could be further upgraded later to simulate other treatments such as: drug-coated balloons, balloon-expandable stenting, predilatations (using a balloon prior to the implantation of a stent), or post-dilatations (using a balloon after the implantation of a stent) for example if required. Upgrading the material models accordingly to include stress-softening (Mullins effect) here would be recommended.

Perspectives are definitely not limited to the mentioned suggestions here. With each by itself being a starting point for further developments in this innovating field, together they can form the bridge introducing numerical simulations into clinical practice.

Chapter 3, another possible solution is to model its inflation by displacement, preserving consequently higher accuracies in the reached diameters as would be seen in Chapter 7. 

A.4. ANSYS MECHANICAL APDL COMMANDS FOR THE EXTRACTION OF INNER SURFACE NODES COORDINATES AT THE THREE POSITIONS OF INTEREST DURING PTA

! Commands inserted into this file will be executed immediately after the ANSYS /POST1 command.

!

Active UNIT system in Workbench when this object was created: Metric (mm, kg, N, s, mV, mA) ! NOTE: Any data that requires units (such as mass) is assumed to be in the consistent solver unit system. ! See Solving Units in the help system for more information. 

A.7. MESH SENSITIVITY STUDY (PATIENT-SPECIFIC GEOMETRY)

The stenosed artery was meshed by the same element type previously implemented within the generic model with mixed u-P formulations as well, for the same reason of avoiding volumetric locking and thus enhancing accuracy within the simulations. In the following mesh size sensitivity analysis, the balloon was simulated to a sizing of 5 mm within the patient-specific lipidic stenosis case.

[ Figure A. 5] presents the variation of the total strain energy at max balloon inflation and the simulation result file size with respect to different element sizes within the stenosed artery. Towards minimizing the simulation computational costs while keeping a satisfying accuracy, element sizes of 0.28 mm and 0.24 mm were respectively chosen to mesh the entire geometry and the stenosed inner surface in contact with the balloon during inflation. Enough elements in the arterial wall thickness were ensured with the selected mesh sizes. [Figure A. 6] shows the plastic strain distribution along the stenosed artery with the different mesh sizes; their color-maps emphasize the minor impact of mesh density on the results and also justify our elements sizes choice for the simulations of this patient. Although it is a frequently performed technique, the clinical choice of the appropriate balloon (type and sizing) that would optimize the acute post-treatment outcomes for the specific stenosed patient is still challenging nowadays. This can significantly influence the treatment outcomes, affecting further treatment decisions as well.

In this context, this thesis presents the modeling methodology we propose for simulating PTA (first within a generic model, then for patient-specific cases), and assessing the influence of different combinations of balloon-plaque features (balloon type, plaque composition, balloon sizing) on post-procedural outcomes at short terms after balloon deflation, without stent implantation. It is based on the combination of implicit structural finite element analysis, material law identification, and medical image processing. The proposed approach is a step towards a clinical decision support system to improve angioplasty balloon selections, with respect to the patient stenosis, prior to the surgery.
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  ]. La formation et la rupture de plaques d'athérome dans les artères coronaires et carotides sont directement associées aux cardiopathies ischémiques et aux accidents vasculaires cérébraux, respectivement, qui sont les deux principales causes de décès depuis 15 ans. Dans les artères périphériques, en particulier les artères fémorales, elles sont la principale cause de claudication et d'ischémie critique des membres (douleur ischémique au repos).
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Following previous joined work

  between the same partners in endovascular surgery simulation, this work has been performed in collaboration between LTSI (Laboratoire Traitement du Signal et de l'Image), LaMCoS (Laboratoire de Mécanique des Contacts et des Structures), Ansys France, and the University Hospital of Rennes, with the support of Labex CAMI (Computer Assisted Medical Interventions).
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 22 Figure 2.2: Carotid endarterectomy technique. The atherosclerotic plaque involving the common carotid artery (CCA), the internal carotid artery (ICA) and the external carotid artery (ECA) [35].
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  [START_REF] Patel | Diseased artery wall mechanics: correlation to histology[END_REF],[START_REF] Ohayon | Influence of residual stress/strain on the biomechanical stability of vulnerable coronary plaques: potential impact for evaluating the risk of plaque rupture[END_REF], and[START_REF] Speelman | Initial stress in biomechanical models of atherosclerotic plaques[END_REF] modeled their 2D patient-specific geometries based on histology as imaging modality[START_REF] Ohayon | Influence of residual stress/strain on the biomechanical stability of vulnerable coronary plaques: potential impact for evaluating the risk of plaque rupture[END_REF],[START_REF] Speelman | Initial stress in biomechanical models of atherosclerotic plaques[END_REF],[START_REF] Patel | Diseased artery wall mechanics: correlation to histology[END_REF]. [Figure2.1] presents a histological cross-section of a diseased coronary artery and its corresponding segmentations for the finite element model from the study of Speelman et al. (2011) [109]. Besides histology, Li et al. (2006), Gasser and Holzapfel (2007b) and Balzani et al. (2012) used high-resolution magnetic resonance (hr-MRI) imaging in order to model respectively the carotid[START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF] and iliac geometries[START_REF] Gasser | Modeling plaque fissuring and dissection during balloon angioplasty intervention[END_REF],[START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF] with an accurate distribution of tissue types. Multi-sequence of hr-MRI data extracted from[START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF] [START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF] was conducted as seen in [Figure2.2]. Differently, in Ohayon et al. (2008) work, two kinds of computations were performed for each patient respectively using: the plaque morphology acquired by IVUS technique (cross-sectional images), and its associated idealized model [113] [Figure 2.3]. Versluis et al. (2006) generated idealized geometric (2D) models for the stenosed carotid artery and asymmetrical plaque[START_REF] Versluis | Fatigue and plaque rupture in myocardial infarction[END_REF]. Even though plain strain models are somehow useful in determining some key factors, these models are profoundly limited in terms of finite element analysis accuracy due to the plain strain assumption, in addition to the high sensitivity of the stress distribution to minor variations in geometries[START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF].

Figure 2 .

 2 Figure 2.1: (A) Histological cross-section of the coronary artery with corresponding manual delineations of the lumen, necrotic core (NC), intima and media (M.). (B) Matching segmentations used in the finite element model [109].

Figure 2 . 2 :

 22 Figure 2.2: Plaque segmentation based on multi sequence in vivo MRI: (A&B) intermediate T2 weighted imaging with short and long TEs respectively; (D) intermediate T2 weighted with fat sat; and (E) T1 weighted black blood imaging. (C) Histology showing region of rupture (large red arrow) in the fibrous cap (small red arrows) in addition to hemorrhage. (F)Reconstructed geometry with lumen in black, lipid core in blue, and fibrous cap in red[START_REF] Li | Stress analysis of carotid plaque rupture based on in vivo high resolution MRI[END_REF].

Figure 2 . 3 :

 23 Figure 2.3: Plaque morphology acquired by IVUS technique and its associated idealized model. Red, blue and yellow colorscorrespond to the arterial wall, fibrosis, and the necrotic core respectively[START_REF] Ohayon | Necrotic core thickness and positive arterial remodeling index: emergent biomechanical factors for evaluating the risk of plaque rupture[END_REF].

  Lally et al. (2005), Gasser and Holzapfel (2007a), Pericevic et al. (2009), and Karimi et al. (2013) performed FE simulations within generically stenosed geometries corresponding to coronary arteries [5], [115]-[117]. [Figure 2.4] presents the generic model of the diseased artery simulated by Lally et al. (2005) [116]. Similarly, Liang et al. (2005), Bedoya et al. (2006), Timmins et al. (2008), Li et al. (2012) and Conway et al (2017) also performed their simulations within 3D generalized stenotic vessels, each with particular dimensions corresponding to the diseased artery anatomy being modeled in their work [107], [118]-[121]. Iannaccone et al. (2017) modeled a population-based generic model of the left anterior descending coronary bifurcation with its first diagonal branch [122] [Figure 2.5].

Figure 2 . 4 :

 24 Figure 2.4: Generic geometry of the stenosed coronary artery as modeled by Lally et al. (2005) [116].

Figure 2 . 5 :

 25 Figure 2.5: 3D view of the coronary bifurcation model with overlaid sections at the plaque location [122].

  (2002, 2005b) used high-resolution magnetic resonance imaging in addition to histology on a postmortem specimen of a human iliac artery for the creation of a full 3D geometrical model with a stenosis[START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF],[START_REF] Holzapfel | Changes in the mechanical environment of stenotic arteries during interaction with stents : computational assessment of parametric stent designs[END_REF], see [Figure2.6]. Similarly, Kiousis et al. (2009) also used the same imaging techniques on an ex vivo human diseased carotid bifurcation in order to generate a 3D patient-specific geometry of four different tissue components for the simulations[START_REF] Kiousis | A Methodology to Analyze Changes in Lipid Core and Calcification Onto Fibrous Cap Vulnerability: The Human Atherosclerotic Carotid Bifurcation as an Illustratory Example[END_REF], see [Figure2.7]. In[START_REF] Kiousis | A numerical model to study the interaction of vascular stents with human atherosclerotic lesions[END_REF], the 3D geometry of the diseased iliac arterial wall was outlined by means of hrMRI, and then reconstructed by the non-uniform rational B-splines (NURBS)[START_REF] Kiousis | A numerical model to study the interaction of vascular stents with human atherosclerotic lesions[END_REF], see [Figure2.8]. Ferrara et al. (2008) generated a 3D patient-specific model using in vitro magnetic resonance images of a

Figure 2 . 6 :

 26 Figure 2.6: External iliac artery sections; with B-B section at the region with the smallest lumen diameter. The tissue components are: non-diseased intima (I-nos), non-diseased media (M-nos), adventitia (A), fibrous cap (I-fc), lipid pool (I-lp), calcifications (I-c), fibrotic intima at medial border (I-fm) and diseased media (M-f)[START_REF] Holzapfel | Changes in the mechanical environment of stenotic arteries during interaction with stents : computational assessment of parametric stent designs[END_REF].

Figure 2 . 7 :

 27 Figure 2.7: 3D patient-specific model of a stenotic human carotid bifurcation with the four tissues considered. The geometry was based on in vitro MRI and reconstructed using NURBS [124].
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 2829 Figure 2.8: (I) 3D geometry of the reconstructed stenotic iliac artery. (II) An extracted arterial slice with the four arterial tissues: intima (I), media (M), adventitia (A), and lipid pool (l-lp) [125].

Figure 2 .

 2 10 (A)]. Maher et al. (2012) proposed a constitutive model that accounts for the inelastic effects including Mullins effect (stress softening) in addition to permanent set in a fiber reinforced tissue. Inelasticity evolution was governed by a set of internal variables as well [138], see [Figure 2.10 (B)]. Unlike the Mullins effect seen in Balzani et al. (2012) work, permanent deformation is observed at the end of each cycle in the arterial tissue presented in Maher et al. (2012).

Figure 2 .

 2 Figure 2.10: (A) Uniaxial cyclic tensile tests of the media from a human carotid artery in circumferential (1) and axial (2) directions: (a) experimental test data, and (b) results of (HGO) constitutive model used [112]. (B) A comparison between experimental results and constitutive model fit for the stress-strain response in the (a) longitudinal and (b) circumferentialdirections of a carotid tissue sample[START_REF] Maher | An anisotropic inelastic constitutive model to describe stress softening and permanent deformation in arterial tissue[END_REF].

Figure 2 .

 2 Figure 2.11: A typical response of an atherosclerotic plaque sample to the cyclic compressive loading applied[START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF].

Figure 2 . 12 :

 212 Figure 2.12: The experimental data (in grey), in addition to Maher's model fit (dashed black lines) for the initial loading behavior of the representative calcified (a), mixed (b), and echolucent (c) plaques; the second loading cycle of each strain level of the same representative plaques [(d), (e), and (f), respectively] [148].

Figure 2 . 13 :

 213 Figure 2.13: Plastic deformation at different applied peak strains for the three clinically classified plaque specimens: (a) calcified (stiff), (b) mixed, and (c) echolucent (soft); (d) presents for each classification the mean plastic (residual) strain for certain applied peak strains [148].

  arterial tissues by incorporating different damage mechanisms: crack propagation, cohesive zone, or damage models. Yet since soft tissues usually experience heterogeneous, nonlinear, anisotropic, and viscoelastic behavior, modeling damage remains a complicated issue. Therefore physically describing in addition to modeling damage and failure in soft biological tissues is still limited and presents a challenging task[START_REF] Li | Damage Models for Soft Tissues: A Survey[END_REF].[START_REF] Versluis | Fatigue and plaque rupture in myocardial infarction[END_REF] incorporated a crack propagation model into 2D idealized stenosed carotid artery and assessed the fatigue within the plaque over a number of pulse cycle[START_REF] Versluis | Fatigue and plaque rupture in myocardial infarction[END_REF]. Ferrara et al. (2008) integrated an anisotropic cohesive zone model within their 3D patient-specific geometry instead [126]. Differently, an isotropic cohesive zone model was developed by Gasser et al. (2007b) for simulating the atherosclerotic plaque fissuring and dissection during PTA [111]. Last but not least, Conway et al. in (2014) and (2017) incorporated models including the Mullins effect (stress softening and permanent set) within their FE simulations[START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF],[START_REF] Conway | Modelling of Atherosclerotic Plaque for Use in a Computational Test-Bed for Stent Angioplasty[END_REF]. This phenomenon, attributed to damage accumulation, was applied to the diseased tissues in their work using the compressive cyclic test data presented by[START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF] [START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF]. Finally, few other FE studies considered including plasticity within their diseased tissues. With the experimental evidence of permanent deformation after load removal in plaques [148], Liang et al. (2005), Gastaldi et al. (2010) and Conway et al. (2014, 2017) incorporated plasticity in their plaque

  Holzapfel et al. (2002), Gervaso et al. (2008), Grogan et al. (2012) and Conway et al. (2017)



  Decorato et al. (2014) inflated a balloon using an internal pressure inside the balloon modeled as linear elastic [129].  Liang et al. (2005) modeled a cylindrical balloon using a bilinear hyperelastic material driven by an internal pressure [107].  Schiavone and Zhao (2015) modeled a polyurethane (rubber) cylindrical balloon using a hyperelastic Mooney-Rivlin material driven also by an internal pressure [156].  Gasser and Holzapfel (2007a), Kiousis et al. (2009), Zahedmanesh et al. (2010), Li et al. (2012), and Iannaconne et al. (2017) modeled a pressure-driven cylindrical balloon using the theory of fiber-reinforced material, by assuming two families of fibers with different mechanical properties oriented in the longitudinal and circumferential directions, and

  (2008), De Beule et al. (2008), Gastaldi et al. (2010), Zahedmanesh et al. (2010), Conway et al. (2014), Schiavone and Zhao (2015), and Geith et al.

PTA procedure steps varied

  among the different FEM studies modeling this treatment technique. In general they can be classified into five main categories: Holzapfel et al. (2002), Liang et al. (2005), Gasser and Holzapfel (2007a), Li et al. (2012), and Decorato et al. (2014) modeled the inflation and deflation (loading and unloading) of angioplasty balloons without stent implantation [103], [107], [117], [120], [129].  Auricchio et al. (2011) and Conti et al. (2017) modeled the deployment of self-expandable stents with a superelastic material response (only loading)[START_REF] Conti | Patient-specific finite element analysis of popliteal stenting[END_REF],[START_REF] Auricchio | Carotid artery stenting simulation : From patient-specific images to finite element analysis[END_REF].[START_REF] Pericevic | The influence of plaque composition on underlying arterial wall stress during stent expansion: The case for lesion-specific stents[END_REF] modeled stent inflation by applying a surface pressure directly on the inner surface of the stent itself[START_REF] Pericevic | The influence of plaque composition on underlying arterial wall stress during stent expansion: The case for lesion-specific stents[END_REF].  Liang et al. (2005), Li et al. (2012), and Decorato et al. (2014), Zahedmanesh et al. (2010), and Conway et al. (2014) modeled the deployment of balloon-expandable stents (i.e. stent

  Lally et al. (2005), Bedoya et al. (2006), Timmins et al. (2008), and Pericevic et al. (

(

  2005), Kiousis et al. (2007), Auricchio et al. (2011) and Conti et al. (2017)) considered implanting stents within their simulations before any balloon deflation (using balloon-expandable or selfexpanding stents), hence not assessing residual deformations obtained immediately after PTA alone[START_REF] Conti | Patient-specific finite element analysis of popliteal stenting[END_REF],[START_REF] Holzapfel | Changes in the mechanical environment of stenotic arteries during interaction with stents : computational assessment of parametric stent designs[END_REF],[START_REF] Kiousis | A numerical model to study the interaction of vascular stents with human atherosclerotic lesions[END_REF],[START_REF] Auricchio | Carotid artery stenting simulation : From patient-specific images to finite element analysis[END_REF]. They focused mainly on stress distribution within stenosed arteries in relation to different stent designs (similar to what generic studies assessed), with results showing significant sensitivity as well.[START_REF] Conti | Patient-specific finite element analysis of popliteal stenting[END_REF] focused on assessing the mechanical response of a stent model virtually implanted inside a stenosed region when subjected to popliteal artery kinematic during leg flexion. Their study highlighted the importance of including non-linear and complex biomechanical loads for the design of popliteal stents[START_REF] Conti | Patient-specific finite element analysis of popliteal stenting[END_REF].On the other hand, some other studies considered incorporating inelasticity within their models of diseased arteries.[START_REF] Versluis | Fatigue and plaque rupture in myocardial infarction[END_REF] studied the crack propagation in the radial direction from the intimal layer (of their 2D model) by analyzing the rupture at numerous areas. They reported that crack propagation rate is highly dependent on both the lipid stiffness and the applied pressures[START_REF] Versluis | Fatigue and plaque rupture in myocardial infarction[END_REF]. Similar results were observed by[START_REF] Ferrara | Numerical modelling of fracture in human arteries[END_REF] within their 3D patient-specific geometry[START_REF] Ferrara | Numerical modelling of fracture in human arteries[END_REF].Gasser et al. (2007b) in a plain strain FE analysis reported that during PTA, atherosclerotic plaque fissures and dissections increase the risk of localized mechanical trauma, but prevent the stenosis main portion from experiencing high stresses[START_REF] Gasser | Modeling plaque fissuring and dissection during balloon angioplasty intervention[END_REF]. Last but not least, damage distribution was computed by[START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF] within stenosed iliac arterial cross sections of previously identified components (also plain strain FE analysis), with results showing a major influence of axial residual strains on this distribution[START_REF] Balzani | Constitutive framework for the modeling of damage in collagenous soft tissues with application to arterial walls[END_REF]. Their damage model described the stress-softening (Mullins effect) phenomenon without plasticity. No permanent deformation was modeled within the inelastic FE studies mentioned above.

  [START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF] also studied the effect of varying atherosclerotic plaque compositions and constitutive representation on the response to arterial predilation. They reported that predilation impact on outcomes (stresses, lumen deformation) is dependent on the plaque constitutive representation, in particular in the presence of calcifications. Moreover, as was seen in Conway et al.(2014), permanent deformation is only significantly observed with the plasticity model[START_REF] Conway | Numerical Simulation of Stent Angioplasty with Predilation: An Investigation into Lesion Constitutive Representation and Calcification Influence[END_REF].[START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF] proposed a model for simulating provisional side-branch stenting (PSB) in stenosed coronary bifurcation, and studied the effect of performing the final re-dilatation utilizing one or two balloons in addition to those created by a different stent strut positioning around the side branch. They reported that the re-establishment of an optimal spatial stent configuration after PSB is achieved with both re-dilatation strategies; furthermore, stent positioning with one cell centrally placed should be favored[START_REF] Gastaldi | Modelling of the provisional side-branch stenting approach for the treatment of atherosclerotic coronary bifurcations: effects of stent positioning[END_REF]. Always with provisional side-branch stenting, Iannaccone et al. (2017) investigated the impact of plaque composition, bifurcation angle and procedure strategy on side branch compromise, and reported that plaque type had higher impact on side branch ostium shape compared to bifurcation angle. Their results showed ovalisation of the side branch lumen[START_REF] Iannaccone | Impact of plaque type and side branch geometry on side branch compromise after provisional stent implantation: a simulation study[END_REF].[START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF] investigated the arterial 3D stress states during PTA by developing a 3D model of a human diseased artery composed of different components, and studied the changes in the 3D state of stress caused by some model simplifications (neglecting in situ prestretch, assuming isotropic material responses, and plane strain states). They reported high sensitivities of such simplifications on resulting outcomes[START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF].Gasser and Holzapfel (2007a) studied the states of deformations and stresses within stenosed artery before, during and after balloon angioplasty by considering the balloon-induced overstretch phenomenon in non-diseased arterial tissues. They reported that the 3D stress states significantly differ before and after balloon deflation, with the possibility of compressive normal stress to occur in the media after balloon angioplasty[START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF].Li et al. (2012) extended and implemented a recently developed structural multi-mechanism damage model within a cerebral arterial tissue, and analyzed the resulting tissue damage, arterial deformation, and wall stress states during angioplasty. They stated that the constitutive model used in their work is robust in simulating complex tissue response generated by angioplasty balloons [120]. Decorato et al. (2014) simulated balloon angioplasty alone and then

  plaque composition. Up to our knowledge, no FE study explicitly evaluated the influence of varying procedure components (balloon type, balloon sizing or plaque composition) on treatment outcomes immediately after balloon angioplasty alone. Moreover, except for the generic model of Liang et al. (2005) [107], no FE study presents acute post-angioplasty simulated results in comparison with clinical outcomes. According to manufacturers and clinicians, what remains challenging today is the adequate choice of balloon (design and sizing) for the corresponding patient that would minimize the ERRs, maximize lumen gain (LG), but at same time without damaging the arterial wall. Consequently, the aim of this dissertation is to propose a patient-specific modeling strategy of PTA, using implicit FE analysis, to address outcomes at short term after PTA for different combinations of diseased arterial geometries, material compositions, balloon designs and specifically balloon sizing, in comparison to clinical outcomes. The majority of balloon angioplasties being clinically performed in femoropopliteal arteries, the work will be focused on femoral arteries. Finally, towards a further implementation within clinical routine, the proposed methodology will be based on routine medical images: CTA scans.
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 31 Figure 3.1: Overview of the thesis towards a patient-specific finite element analysis of balloon angioplasty. With (CTA), (ERR), (LGR), (SC), (NC), and (PTA) being respectively: computed tomography angiography, elastic recoil ratio, lumen gainratio, semi-compliant, non-compliant and percutaneous transluminal angioplasty.

OUTLINE 1 54 2 56 3 62 4

 1545662 arteries. PTA balloon models (seen in Chapter 3) were simulated within 3D P-S geometries of diseased femoral arteries (seen in Chapter 6) after incorporating their corresponding calibrated plaque and arterial material models (seen inChapter 5). Two stenosed femoral arteries were studied: one with a dominant lipidic plaque, while the other with a calcified atherosclerosis. Several balloon sizings were tested. Being also interested in acute post-procedural outcomes (as for Chapter 4), besides analyzing arterial wall principal strains, results are mainly evaluated in terms of elastic recoil and lumen gain ratios obtained along the stenosed arterial centerlines by comparing the pre and posttreatment geometries for each balloon sizing. Finally, for the clinically performed balloon sizing within each stenosed patient individually, a comparison is presented between the clinical outcomes obtained from 2D post-operative medical images and its corresponding simulated results to evaluate the validity of the proposed framework.In this chapter we introduce first the key characteristics of (high-pressure) PTA balloons used in the medical industry. After focusing on balloons compliance being their most significant feature, a brief recall on different techniques implemented by available FE studies for modeling PTA balloons is given. Afterwards, we suggest a relationship to categorize these high-pressure balloons based on their compliance data into two large families: semi-compliant and non-compliant balloons. Finally a modeling strategy is proposed for balloons from these two families. High-pressure medical balloon key characteristics ..................................................... 52 1.1 Balloon geometry and dimension .......................................................................................... 52 1.2 Balloon materials and compliance ......................................................................................... Brief recall on angioplasty balloon deployment modeling .......................................... Balloons models: categorization and modeling ............................................................ 57 3.1 Balloons categorization ......................................................................................................... 57 3.2 Balloons material modeling ................................................................................................... 60 3.3 Balloons geometry, mesh and boundary conditions .............................................................. Balloons models: results and discussion ....................................................................... 63 4.1 Results ................................................................................................................................... 63 4.2 Discussion ............................................................................................................................. 66

Figure 1 . 1 :

 11 Figure 1.1: Front view showing a folded balloon prior to inflation within a stenosed artery [www.medtronic.com].

Figure 1 . 2 :

 12 Figure 1.2: A standard high-pressure inflated PTA balloon [healthmanagement.org].

Figure 3 . 1 :

 31 Figure 3.1: Bench test showing the different profiles between a non-compliant balloon (A) and a semi-compliant balloon (B) during high-pressure inflation. The blue central cylinder represents the balloon-plaque contact region. A "dog bone" effect can be observed in the semi-compliant balloon case. (A) and (B) were reproduced from [169].

Figure 3 . 3 :

 33 Figure 3.3: Non-compliant vs. semi-compliant balloons meshed geometries.

  independently tested. Driven by radial displacement, the non-compliant balloon model always reaches required inflation diameters accurately. This model is robust and converges easily with a fast simulation time on a normal computer: less than one minute on an Intel(R) Xeon(R) workstation with 64 bit CPU dual core processors of 2.10 GHz clock speed. Maximum circumferential deformation simulated in this balloon model was around 165%. Driven by pressure, the semi-compliant balloon model was tested for its accuracy before being inflated inside stenosed arteries. Curve-fitting computed the following parameters for the balloon Ogden law: μ = 1.72 MPa, 𝐴 1 = 4.55 and 𝐷 1 = 0. This set of parameters reproduces very accurately manufacturers data in terms of pressure-diameter values (see working range on [Figure 4.1]) and ensures robustness, i.e. simulation convergence no matter the plaque stiffness, despite large deformations and contacts (seen in Chapter 4). The maximum circumferential deformation simulated with this balloon model was around 225% at its rated burst pressure.

Figure 4 . 1 :

 41 Figure 4.1: Stress-strain pairs (blue crosses) in addition to their fit (red solid line) by the hyperelastic constitutive model considered for the semi-compliant balloon of this study (Table4). 𝐷 𝑓 , 𝐷 𝑈𝑛𝑓 , 𝐷 𝑁 and 𝐷 𝑅𝐵 are the folded, unfolded, nominal and rated-burst diameters respectively with their corresponding stress-strain values. Balloon working range is shown within the grey dashed rectangle (between 𝐷 𝑁 an𝑑 𝐷 𝑅𝐵 ).

  Inflated non-compliant balloon (A-II): Inflated semi-compliant balloon (B): Semi vs. Non-compliant balloons diametric evolution at their central planes simulated outside stenosed arteries

Figure 4 . 2 :

 42 Figure 4.2: (A) Non-compliant and semi-compliant balloons inflated to their nominal diameters (𝐷 𝑁 =2.8 mm) outside a stenosed artery, while (B) their diameter evolution at their central planes along the inflation and deflation process.

Figure 1 . 1 :

 11 Figure 1.1: PTA system components: artery, plaque, and balloon geometries and dimensions.

  region. Shared topology ensures that a conformal mesh would be achieved where bodies meet, their intersection being meshed perfectly. The 3D FEM model of the complete PTA system is shown in [Figure1.2].

Figure 1 . 2 :

 12 Figure 1.2: Finite element model of the complete percutaneous transluminal angioplasty system. The plaque represented here is heterogeneous with 50% randomly distributed calcifications.

  distribution influence on angioplasty outcomes. Differently, the two homogenous plaques were simulated for the balloon design and balloon sizing studies.
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 13 Figure 1.3: Stenosed artery showing a heterogeneous plaque of superimposed equal (in volume) lipid and calcified parts, in comparison to the heterogeneous case with the 50% randomly distributed calcifications seen in [Figure 1.2].

  non-linear contact between the balloon, the plaque, and the artery is frictionless and formulated by pure penalty. ANSYS implicit commercial finite element software (ANSYS® Academic Research Mechanical, Release 19.1.) was used to solve these large-deformation analyses, solved under the finite strain theory.

1 . 4 ]Figure 1 . 4 :

 1414 Figure 1.4: Reconstructed surface geometries that correspond to the stenosed artery inner lumen showing max-inscribedspheres (in tan) at two random sections (in red) along their centerlines for the three states of interest during balloon angioplasty simulations.
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 21 A)] illustrates the plastic deformations occurring in the calcified diseased artery model after balloon deflation in an axial and a longitudinal cut view. Residual deformations were observed in both the artery and the plaque, with more significant concentration within the stenosed region.[Figure2.1 (B-I) and (B-II)] respectively show the semi-compliant vs. the non-compliant balloon profiles at max inflation within the calcified plaque. It can be seen that only semi-compliant balloons experienced profile change during inflation, with more variations within calcified plaques (dog-bone effect). At the stenosed region, the semi-compliant balloon shifted more towards the opposite side of the plaque, causing more residual deformation in the artery opposing the stenosis. Differently, more permanent deformation was observed in the artery covering the plaque with the non-compliant balloon.[Figure2.1 (C)] presents the balloons diameter evolution at their central plane along the inflation/deflation phases for four different cases: a non-compliant balloon, a semi-compliant balloon outside a stenosed artery, and a semi-compliant balloon inside a stenosed artery with a lipid vs. a calcified plaque. The non-compliant balloon and the semi-compliant one simulated outside the stenosed artery virtually reached their anticipated nominal diameters (𝐷 𝑁 ) of 2.8 mm at max inflation

Figure 2 . 1 (

 21 D-II)]; consequently, lower LGR were observed within these calcified stenosis cases, see [Figure 2.1 (D-I)]. Finally, upon comparing the balloon-type influence on acute PTA post-procedural outcomes (LGR and ERR), no differences were observed within both simulated homogeneous plaques whether a semi-compliant or a non-compliant balloon model was used. (A-I): Axial view (A-II): Plastic deformations in stenosed artery (longitudinal cut view) (B-I): Semi-compliant balloon profile at max inflation (B-II): Non-compliant balloon profile at max inflation (C): Semi vs. Non-compliant balloons diametric evolution at their central planes simulated outside and inside stenosed arteries (D-I): Lumen gain ratio for different Balloon Designs, and the initial lumen diameter evolution along the axis (D-II): Elastic recoil ratio for different Balloon Designs

Figure 2 . 1 :

 21 Figure 2.1: (A) Plastic deformations resulting after PTA in one simulation at 10 atm with red arrows representing the final lumen diameter (𝐷 𝑎𝑓𝑡𝑒𝑟_𝑑𝑒𝑓𝑙𝑎𝑡𝑖𝑜𝑛 ) attained after balloon deflation at 3 random positions. (B) The semi-compliant vs. the noncompliant balloons profiles at their max inflation states within a calcified stenosis. (C) Balloons diameter evolution at their central plane along the inflation and deflation process for 4 different cases: non-compliant balloon, semi-compliant balloon outside a stenosed artery, and semi-compliant balloon inside the stenosed artery by a calcified vs. a lipid plaque. (D) Lumen gain ratios (D-I) in addition to the elastic recoil ratios (D-II) obtained along the artery axis after PTA using the two differentballoon designs, within the lipid and calcified homogenous plaque compositions.

Figure 2 . 3 :Figure 2 . 4 :

 2324 Figure 2.3: Lumen gain ratios (A) and the elastic recoil ratios (B) obtained along the artery axis after PTA within the three heterogeneous plaques of the same material composition (50%-to-50% lipid-to-calcified constitution ratios), but of differentmaterial arrangements, also using the semi-compliant balloon inflated at 10 atm. (C) Plastic strain distributions (in longitudinal cross-sectional views) within the stenosed arteries of the simulated heterogeneous plaque cases: superimposed calcified-up, randomly distributed, and superimposed lipid-up.

see [Figure 2 . 1 (

 21 C)]. For both soft and stiff plaques, negligible differences were also observed in terms of the LGR and ERR obtained after PTA upon changing balloon design, see [Figure 2.1 (D)].
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  [START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF],Gasser and Holzapfel (2007a), and Li et al. (2012) modeled inelasticity in non-diseased arterial components (media alone[START_REF] Gasser | Finite element modeling of balloon angioplasty by considering overstretch of remnant non-diseased tissues in lesions[END_REF], or intima and media[START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF],[START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF]) associated with tissue stretches beyond physiological domain. Li et al. (2012) used a multi-mechanism model where damage is introduced in the collagen and elastin separately, and a permanent strain results when the elastin fails[START_REF] Li | Finite element modeling of cerebral angioplasty using a structural multi-mechanism anisotropic damage model[END_REF]. Whereas[START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF] andGasser and Holzapfel (2007a) used the concept of plasticity to model inelasticity in their arterial components.[START_REF] Holzapfel | A Layer-Specific Three-Dimensional Model for the Simulation of Balloon Angioplasty using Magnetic Resonance Imaging and Mechanical Testing[END_REF] 

  In a different way, Liang et al. (2005), Gastaldi et al. (2010) and Conway et al. (2014, 2017) included
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 21 Figure 2.1: Bilinear model of elastoplastic loading-unloading curve.

Plaque and artery material models calibration 94 appliedFigure 2 . 3 :

 9423 Figure 2.3: Magnitude of residual strains occurring on unloading at different peak strains applied to the calcified (A) and lipid (B) plaques, with the red arrows showing the plastic deformation in each plaque type at a peak strain of 0.4 [148].

Figure 2 . 4 :

 24 Figure 2.4: (1,1,1) mm cube used for identifying the tangent moduli parameters in our material models.

Figure 2 . 5 :

 25 Figure 2.5: Lipid and calcified plaque materials stress-strain plots.

Plaque and artery material models calibration 96 lipid

 96 plaque material parameters separately. Then the intermediate simulation outcomes were compared to clinically reported data to evaluate if the constitutive law for the artery required further development.
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 3110051 Figure 3.1: The 3D stenosed arterial geometry used in an intermediate step for the calibration of the material models.

  exceeding the clinically expected ones (30% and 35% respectively assumed for the lipid and calcified plaque cases as average values from clinical outcomes) indicates that the diseased artery in these intermediate simulations elastically recoiled more than what was observed clinically. This can also be seen in terms of the minimal lumen diameter (𝑑 𝑓 ) (i.e. at max recoiling stenosed regions) which displayed smaller values directly after balloon deflation in our intermediate simulations compared to the clinically observed ones.Two possible corrective suggestions could be considered. The first option would be to modify the plaques material parameters calibrated according to Maher et al. experimental work as described in Section 2, and adapt their constitutive laws so that ERRs of 30% and 35% would be obtained with residual deformations occurring only in the plaques. However, as arterial tissues has also

[Figure 3 . 2 ]

 32 presents a sectional view showing a graphical illustration of the stenosed artery at three key states during PTA: (a) before balloon inflation, (b) at its max inflation position, and (c) after its deflation.

Figure 3 . 2 :

 32 Figure 3.2:A cross-sectional view presenting the stenosed artery (A) before inflating the balloon, (B) at its max inflation state, and (C) after its deflation. 𝑃 𝑖 , 𝑃 𝑝 and 𝑃 𝑓 are the plaque thicknesses respectively before balloon inflation, at its max inflation, and after its deflation. 𝐷 𝑖 , 𝐷 𝑝 and 𝐷 𝑓 represent the inner arterial wall diameters successively for the three crucial states during balloon angioplasty as well. 𝐷 ℎ is the balloon diameter at its max inflation, and in this work it is equivalent to 𝐷 𝑖 , the inner arterial wall diameter before any balloon inflation. (𝑑 𝑓 ) is the minimal lumen diameter after balloon deflation.

[Figure 3 . 3 ]Figure 3 . 3 :

 3333 Figure 3.3: Plastic strains in the lipid and calcified plaques after the intermediate angioplasty simulations.

Figure 3 . 4 :

 34 Figure 3.4: Elastic recoil ratios along the stenosed artery axis obtained from the intermediate simulations after virtual PTA within each of the lipid and calcified plaques.

Figure 3 . 5 :

 35 Figure 3.5: A cut view showing the inner arterial wall with its peak diameter reached at max balloon inflation (𝐷 𝑝 ) (red arrow). The color-map presents radial displacements in (mm) that should be added to the inner arterial wall diameter beforeballoon inflation (𝐷 𝑖 = 3 𝑚𝑚) in order to obtain (𝐷 𝑝 ).

Figure 3 . 6 :

 36 Figure 3.6: The rectangular specimen used for identifying the tangent moduli coefficients in our arterial material models.

Figure 3 . 7 :Figure 3 . 8 :

 3738 Figure 3.7: Arterial material stress-strain plot corresponding to each of the lipid and calcified plaques.

Figure 3 . 9 :

 39 Figure 3.9: Elastic recoil ratios along the stenosed artery axis attained from the final calibrated simulations after PTA within the lipid and calcified plaque cases.

  the lipidic plaque. For this component, a subtraction Boolean operation was applied to remove the previously segmented lumen and calcified plaque parts from a new segment filling the inner region bounded by the generated arterial wall, resulting in the lipid plaque segmentation [Figure 1.1 (A-IV)].

Figure 1 . 1 :

 11 Figure 1.1: (A) Segmentation procedure presented on one axial slice located at a highly stenosed region within the diseased aorta; (B) segmented regions illustrated on a sagittal cross-section; and (C) their corresponding 3D surface models.

Figure 2 . 1 :Figure 2 . 3 :

 2123 Figure 2.1: Axial views showing 3D geometries exported from 3D slicer including all components of the stenosed arteries as single models which correspond to each of the lipid and the calcified case in (A) and (B) respectively.

Finally

  the 3D solid geometries were meshed in Ansys Mechanical. The artery and plaque were meshed by 4-node hybrid solid elements ensuring u-P mixed formulation. With the P-S stenosed artery being processed as a single geometry including both arterial wall and the plaque, elements of different material models shared common nodes. Sufficient elements were assured along the thin arterial wall thickness. Moreover, finer mesh was generated at the stenosed artery inner surface where contact with the inflating balloon may occur.Although it improves pre-processing for FE simulations (ensuring components connectivity, reducing geometric imperfections…), generating a single geometry from the segmentation step requires an additional step to assign the correct constitutive laws to the different components. A MATLAB function "INPOLYHEDRON" (MATLAB. (2013). 8.2.0.701 (R2013b). Natick, Massachusetts: The MathWorks Inc.) was first applied in order to assign the required material index for each element according to its location within the geometry (arterial wall vs. lipid/calcified plaque geometric coordinates for patients 1 and 2 respectively). [Figure2.4] presents a graphical illustration showing elements from a combined stenosed arterial model falling within the calcified plaque spatial geometry seen in orange as an example. This function consists of testing whether the query points (elements centroids corresponding to the combined geometries) are inside a 3D triangulated (faces/vertices) surface: healthy artery or plaque, and assigning to them different indices accordingly. Therefore prior geometric modeling of a diseased artery 118 to that, besides computing the centroid of the elements belonging in the combined geometry, the "STLREAD" function was required in order to import the triangular faces from the STL files (corresponding to the separate geometries: artery or plaque) into MATLAB, and returning their faces and vertices. More details on the functions used can be seen in Appendix A.6.

Figure 2 . 4 :Figure 2 . 5 :

 2425 Figure 2.4: Combined stenosed artery with the elements which fall within the calcified plaque spatial geometry identified in orange.

123 ABFigure 2 . 1 :

 12321 Figure 2.1: Patient-specific femoral stenosis arterial models corresponding to the lipid (A) and the calcified (B) plaque cases respectively: (a) 3D observation of each stenosed artery and femur bone from CTA. (b) Pre-operative CTA axial slices at two different locations along each diseased artery, with the lumen, the lipid plaque, and the calcifications shown in blue, green, and red respectively. (c) 3D observation of each atherosclerotic region in a zoomed view, with the lumen seen in yellow, the calcifications in white, while the lipid plaques not represented. (d) A cross-sectional view at a random plane showing the plaque and the arterial wall of each reconstructed 3D geometry.

Appendix A. 7 .Figure 2 . 2 :

 722 Figure 2.2: Finite element model of the complete balloon angioplasty system within the two P-S geometries at their initial state: the lipidic plaque case seen at the top, while the calcified one at the bottom. All dimensions are in mm.

( 7 - 1 )

 71 ), while lumen gain is similarly assessed but after balloon deflation vs. before balloon inflation (equation (7-2)). ERR is comparable to what surgeons usually evaluate as a control for their clinical outcomes.LGR would be useful in interpreting the obtained elastic recoils in comparison to the stenosed arterial initial configuration. Lumen centerlines and max-inscribed-spheres were computed using the Vascular Model Toolkit library (VMTK-www.vmtk.org). [Figure2.3] presents an illustration of the inner luminal geometries of patient 1 showing the centerline and the max-inscribedspheres appearing in two different positions along the stenosed artery, (a) before balloon inflation, (b) at its max inflation, and (c) after its deflation.𝐸𝑙𝑎𝑠𝑡𝑖𝑐 𝑅𝑒𝑐𝑜𝑖𝑙 𝑅𝑎𝑡𝑖𝑜 𝑖𝑛 % = 𝐸𝑅𝑅 𝑎𝑙𝑜𝑛𝑔_𝑐𝑒𝑛𝑡𝑒𝑟𝑙𝑖𝑛𝑒 = 𝐷 max _𝑖𝑛𝑓𝑙𝑎𝑡𝑖𝑜𝑛 -𝐷 𝑎𝑓𝑡𝑒𝑟_𝑑𝑒𝑓𝑙𝑎𝑡𝑖𝑜𝑛

Figure 3 . 1 :

 31 Figure 3.1: Clinical vs.simulation outcomes before (A) and after (B) balloon angioplasty. (A): Projection view of the injected femoral lumen before PTA (I) and another of its corresponding 3D geometric reconstruction (healthy arterial inner surface in green while the lipid plaque in red) (II). (B): Projection view of the same region after PTA illustrating its luminal gain (before catheter removal). Blue elliptical shape shows the main treated region (I). Simulation results also present the plastic strains resulting after balloon deflation with their effect on the final arterial lumen (II).

ABFigure 3 . 2 :

 32 Figure 3.2: (A): Lumen gain ratio for different Balloon Sizings (BS) and initial lumen diameter along the artery axis. (B):Attained LGR values for various initial lumen diameters along the arterial length, for different balloon sizings.

Figure 3 . 3 :

 33 Figure 3.3: Elastic recoil ratio evolution after PTA along the artery axis for diverse balloon sizings within the lipidic plaque case.

Figure 3 . 4 :

 34 Figure 3.4: Distribution of the plastic strain stored in the lipid plaque and the arterial wall respectively. Each bar is calculated over a 5mm-long section which axial position is indicated in mm below each couple of bars.

Figure 3 . 5 :

 35 Figure 3.5: ERR and LGR evolution with balloon sizing for different initial diameters within patient 1.

Figure 3 . 6 :

 36 Figure 3.6: Max principal strain field in the outer arterial wall during PTA at max balloon inflation for three different balloon sizing: 4.5 mm (a) 5.12 mm (b) and 5.42 mm (c). Max value site is also shown for each sizing.

Figure 3 . 7 :

 37 Figure 3.7: Clinical vs. simulation outcomes before (A) and after (B) balloon angioplasty. (A): Projection view of the injected femoral lumen before PTA (I) and a cross-sectional view of its corresponding 3D geometric reconstruction (healthy arterial inner surface in green while calcified plaques in red) (II). (B): Projection view of the same region after PTA illustrating its luminal gain (before catheter removal). Blue elliptical shape shows the treated region (I). Simulation resultsalso present the residual deformations resulting after balloon deflation with their effect on the final arterial lumen (II).

Figure 3 . 10 : 138 Finally, [Figure 3 . 11 ]

 310138311 Figure 3.10: Distribution of the plastic strain stored in the calcified plaque and the arterial wall respectively. Each bar is calculated over a 5mm-long segment which axial position is indicated in mm below each couple of bars.

Figure 3 . 11 :

 311 Figure 3.11: ERR and LGR evolution with balloon sizing for different initial diameters within patient 2.

Figure 3 . 12 :

 312 Figure 3.12: Max principal strain field in the outer arterial wall at max balloon inflation during PTA for the three different balloon sizing: 4.5 mm (a) 5.12 mm (b) and 5.42 mm (c). Max value location is marked for each sizing.

Figure A. 2 :

 2 Figure A. 2: Plastic strain distribution along cross-sections of stenosed arteries modeled of different lengths: 20, 25, 30, 35, 40 and 50 mm.

Figure A. 5 :

 5 Figure A. 5: Mesh-sizes influence on the total strain energy stored in the diseased arteries at max inflation (diameter of 5 mm), and on their resulting files sizes.
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  Une étape essentielle pour générer un modèle fiable est de valider les lois constitutives utilisées. Une méthode de calibration pour définir les modèles de matériau de la plaque et de l'artère avant de réaliser des simulations d'ATP a été proposée dans ce travail. Les données expérimentales in vitro sur le comportement inélastique des plaques sous compression obtenues par[START_REF] Maher | Inelasticity of Human Carotid Atherosclerotic Plaque[END_REF] ont été prises en compte dans notre modèle afin d'identifier les paramètres des lois constitutives des plaques, considérées élasto-plastiques bilinéaires. Ensuite, les modèles de matériaux artériels, eux-mêmes Plusieurs tailles de ballons ont été testées. Comme nous nous intéressons à l'influence de la taille du ballon sur les résultats post-opératoires, outre l'analyse des déformations principales de la paroi artérielle, les résultats ont été évalués principalement en termes d'ERR (caractérisant le retour élastique) et de LGR (caractérisant la dilatation résiduelle) le long de la ligne centrale de l'artère sténosée, en comparant les géométries avant et après traitement pour chaque taille de ballon. Les résultats obtenus confirment l'expérience du clinicien, à savoir qu'il est nécessaire de trouver un compromis entre la maximisation de la dilatation et la prévention de la rupture de la paroi artérielle ; un tel modèle peut aider à quantifier ce compromis et guider les chirurgiens dans la phase de dimensionnement préopératoire. Enfin, une comparaison qualitative est présentée entre les résultats cliniques obtenus à partir d'images médicales 2D postopératoires et les résultats des simulations afin d'évaluer la validité du processus proposé.

	 CALIBRATION DES MODÈLES DE MATÉRIAU DE LA PLAQUE ET DE
	L'ARTÈRE

supposés élasto-plastiques bilinéaires, ont été ajustés en tension pour satisfaire les valeurs moyennes d'ERR obtenues cliniquement après dégonflement du ballon. Les paramètres matériaux obtenus sont ceux implémentés dans les simulations génériques et patient-spécifiques d'ATP présentés dans cette thèse.  MODÉLISATION GÉOMÉTRIQUE SPÉCIFIQUE AU PATIENT D'UNE ARTÈRE MALADE Une autre étape importante d'un processus visant à modéliser l'ATP de cas patients est la génération du modèle géométrique patient-spécifique. Dans ce travail, nous présentons une méthode pour générer des géométries 3D spécifiques au patient pour des artères périphériques sténosées à partir de scanners CTA préopératoires. Dans le but de développer un outil pouvant être intégré dans la routine clinique sans imagerie supplémentaire, seuls les scanners CTA ont été considérés dans ce travail. Le processus de segmentation et de génération de modèles surfaciques est dans un premier temps décrit sur une section d'aorte abdominale sténosée par une plaque de composition mixte (lipidique et calcifiée). Il a ensuite été appliqué à deux artères fémorales superficielles sténosées présentant chacune une constitution de plaque différente : plaque calcifiée et plaque lipidique. Enfin, les géométries patientspécifiques ont été générées à partir des régions segmentées et préparées pour les simulations par MEF.  ANALYSE PAR ÉLÉMENTS FINIS SPÉCIFIQUE AU PATIENT DE L'ATP DANS LES ARTÈRES FÉMORALES Après avoir élaborées toutes les étapes nécessaires à la simulation patient-spécifique de l'angioplastie par ballonnet, nous avons finalement appliqué le processus complet aux cas patients, au niveau des xxv artères périphériques. Malgré les limites de notre modèle, principalement dans les modèles de matériau choisis, il a généralement montré des résultats cohérents par rapport aux résultats cliniques rapportés dans la littérature. Il semble être un outil prometteur pour l'évaluation des résultats à court terme après une ATP. En outre, une comparaison qualitative entre l'ATP simulée et les résultats cliniques correspondants a montré des résultats encourageants dans les cas patient-spécifiques également. Compte tenu de son potentiel, une validation plus poussée des paramètres de notre modèle (à l'aide de données cliniques pré et postopératoires sur plusieurs cas de dimensions artérielles, de gravité et de composition de plaque différentes) devrait être la prochaine étape en vue d'une introduction dans la routine clinique en tant qu'outil d'aide à la décision pour les chirurgiens avant l'intervention. Pour conclure, nous avons élaboré une méthodologie complète de modélisation spécifique au patient permettant de simuler l'ATP et d'évaluer les résultats post-opératoires à court terme après le dégonflement du ballon de dilatation. L'approche originale proposée s'appuie sur la combinaison de l'analyse par éléments finis structurels implicites, de l'identification de la loi matériau et du traitement d'images médicales. Les contributions principales de cette thèse peuvent être résumées de la manière suivante: (i) la modélisation du ballon d'angioplastie en fonction de son type, (ii) la définition des lois de comportement de l'artère et de la plaque d'athérome incluant la plasticité et la représentation de la déformation résiduelle, (iii) l'utilisation d'un solveur implicite pour un meilleur contrôle des paramètres du modèle, (iv) une étude paramétrique (type de ballon, composition et distribution du matériau de la plaque, dimensionnement du ballon) permettant d'évaluer l'influence des paramètres en termes de retour élastique (ERR) et de dilatation (LGR), (v) la segmentation et génération de modèles pour obtenir des géométries 3D patients-spécifiques adaptées aux simulations FE, pour les artères périphériques sténosées à partir d'images CTA préopératoires, et (vi) l'application de l'approche de xxvi simulation patient spécifique proposée sur deux cas afin d'évaluer son intérêt pour prédire l'influence du dimensionnement du ballon d'angioplastie en phase de planning interventionnel.
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This first chapter presents the clinical context for treatments of atherosclerosis disease, in particular

on the procedure of balloon angioplasty within stenosed peripheral arteries. A description of this vascular pathology is initially introduced, followed by the typical possible therapeutic options, with specific attention on percutaneous transluminal angioplasty (PTA) technique, on which this thesis focuses.
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Table 1 :

 1 

Suggested mechanisms explaining arterial dilatation attained by PTA

[START_REF] Salem | Effect of Balloon Angioplasty on Femoral Artery Evaluated With Intravascular Ultrasound Imaging[END_REF] 

  PTA balloons have to deploy into occluded vessels, after being modeled and validated outside arteries, angioplasty balloons should be simulated within stenosed vessels. In this chapter we present the modeling methodology we suggest for generically simulating PTA within a stenosed artery. A generic model mimicking a diseased vessel was generated for that purpose. Several FE simulations were performed within this generic model for different combinations of arterial material constitutions,

plaque material compositions (homogeneous lipid, homogeneous calcified, heterogeneous superimposed, heterogeneous randomly mixed), balloon designs (non-compliant, semi-compliant), and balloon sizings. Being interested in PTA outcomes at short terms, results are mainly assessed in terms of the elastic recoil ratios (ERR) and lumen gain ratios (LGR) obtained immediately after balloon deflation, in accordance with what clinicians evaluate. Maximum principal strains in the arterial walls interpreted as an indication for a risk of rupture at different balloon sizings are presented as well.

Table 2 :

 2 Balloon key definitions[START_REF] Saab | Applications of High-Pressure Balloons in the Medical Device Industry[END_REF].

	Desired Balloon Diameter (𝐷 𝑛 )	Inflated balloon diameter measured at a particular pressure (𝑃 𝑛 )
	Nominal Balloon Diameter (𝐷 𝑁 )	Nominal inflated balloon diameter measured at the nominal pressure (𝑃 𝑁 )
	Balloon Length	The working length of the balloon (its straight body part length)
		Maximum statistically guaranteed pressure up to which a
	Rated Burst Pressure (𝑃 𝑅𝐵 )	balloon can theoretically be inflated without failure (i.e. the inflation pressure below which 99.9% of balloons will
		not rupture)
	Balloon Profile	

Maximum diameter of the balloon when it is still deflated and wrapped on its catheter. In this work, this diameter is referred to by the folded diameter (𝐷 𝑓 )

Table 5 :

 5 Relative % error between experimental and FE simulations diameters obtained at respective pressures during inflation of the semi-compliant balloon described in Section 3.2.1. Green and blue cells indicate diameters at nominal andrated burst pressures (𝑃 𝑁 and 𝑃 𝑅𝐵 ) respectively.

	Pressure	Semi-Compliant 2.8 mm balloon
	[𝑷 𝒏 ]	Diameter	Simulated	% Error on
	(atm)	[𝑫 𝒏 ] (mm)	Diameter (mm)	Diameter
	8	2.60	2.569	1.18
	9	2.65	2.691	1.55
	10	2.80	2.805	0.17
	11	2.91	2.912	0.07
	12	3.02	3.013	0.22
	13	3.10	3.110	0.32
	14	3.20	3.202	0.06
	15	3.27	3.290	0.61
	16	3.32	3.374	1.64
	17	3.43	3.456	0.75
	18	3.53	3.534	0.12
	19	3.60	3.610	0.28
	20	3.70	3.684	0.44

  Mesh ...................................................................................................................................... 71 1.3 Constitutive laws ................................................................................................................... 72 1.4 Loading and Boundary conditions......................................................................................... 73 1.5 Analysis of results ................................................................................................................. 74 Balloon design influence on PTA outcomes ......................................................................... 76

	2.1

This chapter presents the modeling strategy we propose for generically simulating PTA using implicit finite element analysis. The geometry, mesh, material models, and boundary conditions implemented within the stenosed artery are first described. Then the post-processing applied for analyzing simulation results at short terms after balloon angioplasty is detailed. Finally using the suggested model, we present a parametric study based on balloon type, plaque material composition, plaque material distribution, and balloon sizing, which quantifies their influence on lumen gain and elastic recoil ratios obtained right after PTA. OUTLINE 1 Material and methods ..................................................................................................... 71 1.1 Geometry ............................................................................................................................... 71 1.2 2 Results .............................................................................................................................. 76

2.2 Plaque material composition influence on PTA outcomes .................................................... 78 2.3 Plaque material distribution influence on PTA outcomes ..................................................... 80 2.4 Balloon sizing influence on PTA outcomes .......................................................................... 82

Table 6 :

 6 Material parameters of the lipid and calcified plaque and their corresponding artery.

	Plaque Type	Young Modulus of	Poisson Ratio	Yield Strength	Tangent
		Elasticity E (MPa)	(ν)	(KPa)	Modulus (KPa)
	Lipid Plaque	0.105	0.40	5	62.77
	Calcified Plaque	0.189	0.40	15.79	111.88
	Artery	0.677	0.44	7	256.5
	(Lipid plaque case)				
	Artery	0.677	0.44	7	330.75
	(Calcified plaque case)				
	Concerning plaque types simulated in this work, since a wide variability in plaque composition exists
	among patients, seven different combinations were modeled: a homogenous lipid plaque, a

homogenous calcified plaque, two heterogeneous plaques of superimposed equal lipid and calcified parts (see [Figure

1

.3]), and three heterogeneous plaques of diverse lipid-to-calcified plaque constitution ratios (30%, 50% and 70% randomly distributed calcifications, see [Figure

1

.2]). All seven plaque combination cases were incorporated in the parametric studies of plaque material

Artery

Balloon Plaque

Table 7 :

 7 Balloon sizing at each simulated inflation pressure

	Inflation Pressure	Corresponding Rated Diameter	Balloon Sizing
	(atm)	(mm)	(Balloon/Artery ratio)
	10	2.8	0.933
	12	3.02	1.007
	14	3.2	1.067

Table 8 :

 8 Material parameters of the lipid and calcified plaques.

	Plaque Type	Young Modulus of	Poisson Ratio	Yield Strength	Tangent
		Elasticity E (MPa)	(ν)	(KPa)	Modulus (KPa)
	Lipid Plaque	0.105	0.40	5	62.77
	Calcified Plaque	0.189	0.40	15.79	111.88
	Lipid plaque		Calcified plaque

Table 9 :

 9 Material parameters of the arteries corresponding to the lipid and calcified plaque cases.

	Plaque Type	Young Modulus of	Poisson Ratio	Yield Strength	Tangent
		Elasticity E (MPa)	(ν)	(KPa)	Modulus (KPa)
	Artery	0.677	0.44	7	256.5
	(Lipid plaque case)				
	Artery	0.677	0.44	7	330.75
	(Calcified plaque case)				
	Artery			Artery	
	(Lipid plaque case)		(Calcified plaque case)

Table 10 :

 10 Material parameters of the lipid and calcified plaque and their corresponding artery

	Plaque Type	Young Modulus of	Poisson Ratio	Yield Strength	Tangent
		Elasticity E (MPa)	(ν)	(KPa)	Modulus (KPa)
	Lipid Plaque	0.105	0.40	5	62.77
	Calcified Plaque	0.189	0.40	15.79	111.88
	Artery	0.677	0.44	7	256.5
	(Lipid plaque case)				
	Artery	0.677	0.44	7	330.75
	(Calcified plaque case)				

Table 11 :

 11 Balloon sizing at each inflation diameter simulated within the lipidic patient 1

	Nominal Diameter (mm)	Balloon Sizing (Balloon/Artery ratio)
	4.5	0.9
	4.75	0.95
	5.00	1
	5.12	1.024
	5.25	1.05
	5.42	1.084

Table 12 :

 12 Balloon sizing at each inflation diameter simulated within the calcified patient 2

	Nominal Diameter (mm)	Balloon Sizing (Balloon/Artery ratio)
	4.5	0.9
	4.625	0.925
	4.75	0.95
	4.875	0.975
	5.00	1
	5.06	1.012
	5.12	1.024
	5.23	1.046
	5.33	1.066
	5.42	1.084

Table A .

 A 2: Relative % error between experimental and FE simulations diameters obtained at respective pressures during inflation of the 5 mm nominal diameter balloon. Green and blue cells indicate diameters at nominal and rated burstpressures respectively.

	Pressure	Semi-Compliant 5 mm balloon
	[𝑷 𝒏 ]	Diameter	Simulated	% Error on
	(atm)	[𝑫 𝒏 ] (mm)	Diameter (mm)	Diameter
	8	5.00	4.944	1.12
	9	5.04	5.015	0.50
	10	5.08	5.080	0.00
	11	5.12	5.139	0.37
	12	5.16	5.194	0.66
	13	5.20	5.245	0.86
	14	5.25	5.292	0.80
	15	5.30	5.336	0.68
	16	5.35	5.378	0.52
	17	5.40	5.419	0.35

  Update coordinates of the active set of nodes based on the current displacements; full displacement value will be added to each node Update coordinates of the active set of nodes based on the current displacements; full displacement value will be subtracted from each node ! Before balloon inflation ! ALLSEL CMSEL,S,inner *GET,num_nodes,NODE,0,COUNT !Get the number of nodes /com, num_nodes=%num_nodes% *GET,node_,NODE,0,NUM,MIN !Get label of the first node *CFOPEN,NewCoordInitial,txt *DO,i,1,num_nodes,1

	/POST1	
	SET,2	! Step at max balloon inflation
	UPCOORD, 1 ! ! At max balloon inflation
	! ALLSEL	
	CMSEL,S,inner
	*GET,num_nodes,NODE,0,COUNT !Get the number of nodes
	/com, num_nodes=%num_nodes%
	*GET,node_,NODE,0,NUM,MIN	!Get label of the first node
	*CFOPEN,NewCoordMax,txt
	*DO,i,1,num_nodes,1
	! Define some parameters
	*GET,nx_,NODE,node_,LOC,X
	*GET,ny_,NODE,node_,LOC,Y
	*GET,nz_,NODE,node_,LOC,Z
	! Write line	
	*VWRITE,node_,nx_,ny_,nz_
	(F8.0,',',E14.6,',',E14.6,',',E14.6)
	! Select the next node
	*GET,node_,NODE,node_,NXTH
	*ENDDO	
	*CFCLOSE	
	/POST1	
	SET,2	! Step at max balloon inflation
	UPCOORD, -1 !
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Figure A. 6: Plastic strain distribution along a longitudinal cross-section of the patient-specific geometry corresponding to different element sizes used for meshing the stenosed artery in each simulated case.

our choice was to calibrate the arteries based on clinically obtained average values of ERR obtained directly after balloon deflation as described in Section 3.

Upon comparing permanent deformations resulting from our calibrated arterial models with the ones corresponding to Maher et al. (2012) study, higher values were shown generally in our work, exceeding the values shown in the carotid, femoral and aorta pig arteries (experimentally tested). This might be related to the fact that younger arteries harvested from the pigs might be healthier, thus experiencing less residual deformations at unloading. Nevertheless, permanent deformation values resulting from our calibration are still realistic and fall within the inelastic residual strains range corresponding to the coronary arteries experimentally tested in [START_REF] Maher | Site specific inelasticity of arterial tissue[END_REF]: ~21.5% residual deformation obtained when ~40% peak strain is applied on arteries for example as seen from both sources. Since Maher's experimental tests were on stress-free tissues, it makes sense here to consider our generic geometry as a stress-free model as well to calibrate the parameters. The loading condition applied by blood pressure within the stenosed artery is much smaller than the one exerted by the balloon, so the stress-strain state corresponding to blood pressure would somehow be one of the intermediate states within our PTA simulation.

The calibration method presented in this work also had some limitations. They mainly concern the artery and plaque material models. To start with, here we do not claim to model the detailed phenomena of damage that might occur during PTA. Instead, plasticity is meant to average any complex damage and flow phenomena occurring at small scales within the diseased artery. The main reason for our choice is that we aim to present a tool that can then be easily applied on patient-specific geometries and be incorporated into the clinical routine, without the need of additional imaging. With computed tomography angiography (CTA) being a principal part of the clinical routine, it is generally known that these images resolution would not allow for a detailed differentiation of the plaque components within the diseased arteries, especially for small diameter arteries. Besides, the calibration of the proposed constitutive laws is mostly based on kinematic quantities, such as residual strains extracted from Maher's work and the clinical ERR provided by different papers; therefore, the proposed model might require further validation to assess a risk of rupture based on maximum stress.

Atherosclerotic tissues usually experience a stiffening behavior at higher loading conditions. However, constant stiffness values were considered instead in the bilinear isotropic hardening models used in this work. Even though this assumption might somehow underestimate the stress levels at high strains in the modeled components, it was still considered as valid in our work which aims to evaluate acute outcomes after PTA, specifically ERR and LGR at unloading. In case higher dynamic stiffness values corresponding to higher peak strains were initially chosen for the plaques, the same calibration method presented in this chapter could always be applied to obtain the remaining material parameters of the plaques and arteries. Again, towards the aim of our current

CHAPTER 6 PATIENT SPECIFIC GEOMETRIC MODELING OF A DISEASED ARTERY

The objective of this chapter is to show the feasibility of generating 3D patient-specific geometries for stenosed peripheral arteries from pre-operative CTA scans, with a focus on the steps that ensure a good mesh quality. The segmentation and surface model generation process is described first. The method is illustrated with a case of abdominal aorta stenosis with a plaque of mixed composition. It is then applied on two superficial femoral diseased arteries each with a different plaque constitution: calcified vs. lipid plaque. Finally we present the steps followed for generating a 3D model from segmented components ready for simulation by finite element method. 

APPLICATION IN STENOSED FEMORAL ARTERIES

In this work, being interested in studying peripheral arterial disease (PAD) at lower extremities, the segmentation and surface model reconstruction procedure was applied on two stenosed superficial femoral arteries. According to the clinical experience in our hospital center, at the time they require treatment, most femoral plaques cases are rather homogeneous. They are often clinically evaluated as either stiff (calcified) or soft (lipidic). Besides, previous findings on femoral atherosclerotic plaque compositions showed fibrocalcific predomination in plaque sections [START_REF] Cunnane | The influence of composition and location on the toughness of human atherosclerotic femoral plaque tissue[END_REF], [START_REF] Herisson | Carotid and femoral atherosclerotic plaques show different morphology[END_REF], [START_REF] Dalager | Artery-related differences in atherosclerosis expression: implications for atherogenesis and dynamics in intima-media thickness[END_REF]. Accordingly two femoral plaques representing these two extremity cases: totally calcified vs. totally lipidic, were considered in this section.

Calcified femoral stenosis case

Being usually one of the most frequently occurring atherosclerosis scenarios in femoral arteries, a calcified stenosis case was first considered in our work. Pre-operative CTA scans were obtained from a patient with a calcified superficial femoral stenosis of varying severity along the plaque, reaching ~41%.

A segmentation algorithm similar to the one described in Section 1.1 was applied on the CTA dataset corresponding to the highly calcified femoral stenosis case. The vessel lumen and calcified plaques were first segmented accordingly. Afterwards a vessel wall thickness of 0.7 mm was assumed and modeled along arterial length [START_REF]An ultrasonic measurement of superficial femoral artery wall thickness[END_REF]. However, as the processed stenosed case was highly calcified, at some locations, calcifications developed also in the arterial wall itself. Consequently, unlike the abdominal aortic case, a subtraction Boolean operation was essential here to remove calcified regions from the generated arterial wall, resulting in the segmentation of the healthy arterial wall and of the calcifications separately [ [Figure 2.3] illustrates 3D reconstructions of both patients' stenosed arteries as can be seen using a clinical software [START_REF] Kaladji | Sizing for endovascular aneurysm repair: clinical evaluation of a new automated three-dimensional software[END_REF] (EndoSize, Therenva, Rennes), and using the segmentation and volume reconstruction process we used to generated the P-S models simulated in this work.

CHAPTER 7 PATIENT-SPECIFIC FINITE ELEMENT

ANALYSIS OF PTA IN FEMORAL ARTERIES

In this last chapter we present two patient-specific (P-S) models of PTA within a peripheral artery 

MATERIAL AND METHODS

GEOMETRY

Geometric models corresponding to stenosed femoral arteries were generated from preoperative computed tomography angiography (CTA) scans as was detailed in Chapter 6. [ 

CONCLUSION AND PERSPECTIVES

This work focused on the potential of developing a method based on numerical simulations capable of modeling PTA towards a better computer-assisted planning of this endovascular treatment of stenosis.

Even though it is a regularly performed technique, according to manufacturers and clinicians, selecting the suitable balloon (design and sizing) for the corresponding stenosed patient is still challenging. This can significantly influence the treatment outcomes, affecting further treatment decisions as well. In the absence of adequate alternatives, clinical choices are mainly based on surgeons' experience. If numerical simulations manage to fit within the procedure of clinical application of PTA, it can serve as a decision support tool adapted to address this issue.

In this thesis we have proposed a patient-specific modeling methodology capable of simulating PTA 

A.1. ADDITIONAL SEMI-COMPLIANT BALLOON MODELING APPLICATION EXAMPLE

Driven by radial displacement, no confirmation is required for the modeling approach applied to noncompliant balloons. Conversely, for the validation of the modeling technique suggested for semicompliant balloons inflation, another balloon of 5 mm nominal diameter was modeled as presented in this section.

The P-D compliance chart corresponding to this balloon is extracted from its manufacturer data as seen in Table A. 1. The balloon was modeled with a folded diameter (𝐷 𝑓 ) of 1.8 mm and a working length of 25 mm. It was meshed by 4-nodes shell elements. The loading and boundary conditions implemented here were similar to the ones presented in section 3.3 of Chapter 3.

Applying the same modeling approach described in section 3.2.1 (Chapter 3), the Ogden law was identified with the following parameters: μ = 5337 Pa, 𝐴 1 = 10.21 and 𝐷 1 = 0. Upon examining Table A. 2, it can be seen that this set of parameters accurately reproduces the manufactures data in terms of pressure and diameter values. Yet as mentioned in the discussion section of the same chapter, with the relatively small initial shear stress (μ) value obtained by curve-fitting for this particular balloon, converge might not be direct when simulated within highly stenosed arteries or stiff plaques.

Even though it might influence the balloon inflation accuracy, μ must be increased in such cases to ensure convergence. With this balloon (of 𝑅𝐶 = 8) fitting in both balloon families as classified in

A.2. ARTERIAL LENGTH SENSITIVITY STUDY

The same stenosed arterial geometric dimensions as described in Section 1.1 of Chapter 4 were used in the following sensitivity analysis. The artery and the plaque were meshed by 4-node hybrid solid elements corresponding to typical element sizes of 0.35 mm vs. 0.25 mm respectively. Moreover, similar constitutive laws and boundary conditions as detailed in Sections 1.3 and 1.4 were implemented here as well. Simulations were driven by a non-compliant balloon inflated up to a diameter of 3.8 mm within the stenosed region and then deflated back to its initial position. The inflation here was higher than what is usually clinically recommended within a 3 mm healthy inner arterial diameter, ensuring the occurrence of any arterial length effect on outcomes in case it exists.

[Figure A. 1] presents the influence of varying the simulated arterial length on each of the total strain energy at max inflation, and on the resulting simulation file size. The total strain energy was evaluated within the same stenosed arterial region among the different simulations. A 25 mm was considered as a good compromise for the simulated arterial length: showing small influences on the stored strain energy within the diseased artery from one side, and reducing the simulation computational costs from another. 

A.3. MESH SENSITIVITY STUDY (GENERIC GEOMETRY)

The artery and the plaque were meshed by 4-node hybrid solid elements in Ansys workbench. These elements have a linear displacement and a hydrostatic pressure behavior. To avoid volumetric locking, elements with mixed u-P formulations were implemented to enhance accuracy within our simulations. 

A.5. POST-PROCESSING OF SIMULATION RESULTS

PART I

C++ script applied for creating VTK files (corresponding to stenosed arteries inner surfaces at different states during the PTA simulation) from their respective elements connectivity data and nodes coordinates. We thank Nicolas Courtial from LTSI lab for his support on VTK files format. 

PART II

MATLAB script applied for extracting centerlines and max-inscribed-spheres from the reconstructed inner luminal geometries using VMTK, and then computing their ERR values. % % % % if IN(i)==0 % % % % fprintf(fileID,'%f, %f, %f\n',ele_c(i,1),ele_c(i,2),ele_c(i,3)); % % % % end % % % % end % % % % fclose(fileID); % %% % write apdl command to change material ID fileID = fopen('matchange.inp','w'); for i = 1:length(ele_c(:,1))

A.6. SCRIPT FOR ASSIGNING SPECIFIC MATERIAL INDICES FOR ELEMENTS WITHIN A SINGLE STENOSED ARTERY MODEL ACCORDING TO THEIR RESPECTIVE GEOMETRIC POSITIONS

if IN(i)==0 fprintf(fileID,'mpchg, %d, %d\n',8,i); else fprintf(fileID,'mpchg, %d, %d\n',2,i); end end fclose(fileID);