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Abstract

The investigation of quickly-evolving flow patterns in high-pressure and high-temperature flow rigs is crucial due to inherent hazards. There is a dire need for a high-speed, nonintrusive imaging technique to identify characteristic flow phenomena to alleviate these hazards. Electrical Impedance Tomography (EIT) enables reconstruction of the admittivity distribution of the flowing medium(s), facilitating the characterisation of its/their flow.

Apart from the development of the Data Acquisition (DAQ) system, a crucial interest is the design of the detector device which contains a ring of electrodes, tangential with the inner surface of the pipe. The main concern is the determination of the electrode length to maximise the energy at their surface.

A numerical simulation was carried out to quantify the leakage of current which depends on the electrode area and the isolation layer thickness between the up-stream and down-stream conductive pipes and the electrodes. A maximum of the measurement energy was found for electrodes with 84% of the length of the EIT device. Another interest also developed in this work is the counterintuitive behaviour of the sensitivity map of measurements. This behaviour is validated by an independent computational method.

The requirement for images at high frame-rates led to simultaneous voltage excitations over electrodes on the periphery of the flow associated to Frequency Division Multiplexing (FDM), doped ONe Excitation for Simultaneous High-speed Operation Tomography (ONE-SHOT) method. A first approach demonstrates the possibility of the full implementation of simultaneous excitations and measurements strategies for EIT, which maximise the number of measurements for 16 electrodes. These preliminary results confirm the relevance and the feasibility of simultaneous Multi-Frequency (MF) excitations and measurements in EIT as a means to significantly increase the imaging rate. This work details the proposed method and the signal generation/acquisition firmware based on a Field Programmable Gate Array (FPGA) DAQ system. The hardware and software integration and the signal processing involved in implementing the ONE-SHOT method for EIT are also detailed. It is shown that the 240 simultaneously generated signals are successfully discriminated and used for image reconstruction, at a rate up to 3906 frames per second (fps). The associated signal-to-noise ratio varies in the 55.6 dB-69.1 dB range, depending on the generated frequency in the range of 3.906 kHz-468.7 kHz. The ONE-SHOT method were successfully operated in two experiments to measure flow characters in a Loss-Of-Coolant Accident (LOCA) in the hot leg of a Pressurised Water Reactor (PWR).

Finally, the novel Continuous Overlapping operations with Linear trigonometric Response ANalysis for EIT (COLTRANE) method is introduced and implemented for a 16 and a 32 electrodes EIT sensor in a FPGA based DAQ system. This novel method uses simultaneous trigonometric excitation patterns to increase the DAQ rate of EIT up to 32 250 fps. These novel ultra high rate systems open EIT toward new domains of application.
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Résumé

L'analyse des régimes d'écoulement évoluant rapidement dans des plateformes hydrauliques à haute pression et haute température est cruciale du fait de certains risques intrinsèques. Il est urgent de développer une technique d'imagerie non intrusive et à haut rendement d'images pour identifier les phénomènes d'écoulements caractéristiques et palier ces risques. La Tomographie par Impédance Electrique (EIT) permet de reconstruire la distribution de l'admittance du ou des milieu(x) en écoulement, facilitant sa/leur caractérisation.

Hormis le développement du système d'Acquisition de Données (DAQ), un intérêt crucial concerne la conception du détecteur lui-même, qui contient un anneau d'électrodes, tangentiel à la surface interne du conduit hydraulique. La principale préoccupation est de déterminer la longueur des électrodes qui maximise leur énergie de surface.

Une simulation numérique a été menée pour quantifier les fuites de courant qui dépendent de la surface des électrodes, ainsi que de l'épaisseur d'isolation entre les électrodes et les brides conductrices en amont et en aval. Un maximum de l'énergie de mesure a été trouvé pour des électrodes dont la longueur est de 84% la longueur du détecteur EIT. Un autre intérêt également développé dans ce travail concerne le comportement contre-intuitif de la carte de sensibilité des mesures. Ce comportement est validé par une méthode de calcul indépendante.

La nécessité d'acquérir des images à haut taux a amené à considérer des excitations simultanées en voltage imposées sur les électrodes en périphérie de l'écoulement. Ces excitations sont associées au Multiplexage en Division de Fréquences (FDM) selon la méthode ONE-SHOT (ONe Excitation for Simultaneous High-speed Operation Tomography). Une première approche démontre la possibilité d'une implémentation complète de stratégies d'excitations et de mesures simultanées pour l'EIT, qui maximise le nombre de mesures pour 16 électrodes. Ces résultats préliminaires confirment la pertinence et la faisabilité d'excitations et de mesures simultanées et Multi-Fréquentielles (MF) en EIT comme moyen pour augmenter significativement le taux d'images.

Ce travail détaille la méthode proposée ainsi que le système DAQ contenant un firmware pour la génération/acquisition des signaux basé sur un Réseau Logique Programmable (FPGA). L'intégration des logiciels et du matériel informatique ainsi que le traitement du signal impliqué dans l'implémentation de la méthode ONE-SHOT pour l'EIT est éga-lement détaillée. Il est démontré que 240 signaux simultanés ont été générés, discriminés avec succès et utilisés pour reconstruire des images, au taux de 3906 images par secondes (fps). Le signal-sur-bruit associé varie de 55.6 dB à 69.1 dB, en fonction de la fréquence générée de 3,906 kHz à 468,7 kHz. La méthode ONE-SHOT a été exploitée avec succès dans deux expériences pour mesurer les caractéristiques des écoulements dans la branche chaude d'un Réacteur à Eau Pressurisée (PWR) en scénario d'Accident de Fuites de Réfrigérant Primaire (LOCA). Excitation electrodes 1 and 2
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E Ω Total energy in the system Ω [J] Int he context of high-pressure and high-temperature flow rigs, the timely identification of flow patterns helps by alerting the process engineers about hazardous salutations involving fast moving slugs or bubbles. For instance, the experimental study of accidental scenarios in Pressurised Water Reactors (PWR) helps to validate the simulation codes that aims at predicting the phenomenology. In these situations, the measurement technique must withstand the extreme conditions, while measuring the flows continuously and non-intrusively.

E
Especially in applications involving extreme process conditions in the flowing medium, tomography is a suitable non-intrusive technique for interrogating the medium continuously. This imaging technique is used to reconstruct the volume of an object from measurements of penetrating waves or particles on its external boundary.

Tomography is based on measurements of the boundary conditions of a system, where both the signal emitter and receiver have to be well known in space. Various tomography techniques exist using electromagnetic, acoustic waves, or electron and muon particles. Among the use of tomography in applications, the most well established is medical imaging using X-ray-based CT scans or electromagnetic waves in magnetic resonance imaging. Nevertheless, these techniques are not robust in this context, complex to implement, and expensive.

The complexity of using the main tomographic techniques in such extreme conditions encouraged to invest myself in the field of EIT [START_REF] Breckon | Mathematical aspects of impedance imaging[END_REF], Cheney et al., 1999,Borcea, 2002,Hanke and Bruhl, 2003]. The contrast with other tomographic method is that EIT consists of imposing (resp. measuring) an electrical current passing through a set of electrodes at the surface of a body, while measuring (resp. imposing) the electrical potential over another set of electrodes. Based on the difference in electrical characteristics of the liquid/gas phases, the impedance measurement provides an opportunity for nonintrusive measurement potentially applicable at high temperature and pressure. The use of multiple probes with a post processing of the associated measurements gives access to the spatial distribution of the void fraction [Dupré, A. andRicciardi, G. andBourennane, S., 2016, George et al., 2000].

The EIT data can be used in the solution of the potential and current boundary conditions to solve the associated inverse problem of reconstructing the distribution of material properties such as the electric conductivity, permittivitity, etc, in the meter-head containing the fluids under test. EIT has the advantage of its applicability at high pressure and temperature, robustness, and relatively low cost.

EIT necessitates potentially a high data-frame acquisition rate, for instance in flow study involving rapidly-evolving flow regimes [START_REF] Dupré | Electrical capacitance-based flow regimes identification: Multiphase experiments and sensor modeling[END_REF]. The application of EIT in such extreme processes raises the following problematic: Developing a high imaging rate EIT system able to withstand high-pressure and high-temperature conditions.

Several high-speed EIT systems of hundreds of frames per seconds (fps) have been proposed in the literature [START_REF] Halter | A broadband high-frequency electrical impedance tomography system for breast imaging[END_REF], Khan et al., 2015, Wang et al., 2005, Cui et al., 2011, Morales et al., 2015, Dupré, 2017]. All these systems are based on the concept of Time Division Multiplexing (TDM), where the excitation signal is routed to a single pair of electrodes at any given time. The sequential selection of these pairs of electrodes with multiplexers or electronic switching [START_REF] Kauppinen | Sensitivity distribution visualizations of impedance tomography measurement strategies[END_REF] creates an excitation strategy and builds an EIT data frame, which includes the measurement data for all excitation pairs. [ Dang et al., 2019].

The challenge is that increasing the number of frames per seconds (fps) reduces the measurement time, while a large number of measurements is required to limit the illposedness of the inverse problem. In addition, the sequential excitation of the electrodes in contact with ionic solutions results in significant difficulties caused by transient voltages due to the presence of capacitive components in the electrode-electrolyte interface [START_REF] Zhang | Fpga-based multi-frequency excitation and modulation technology in eit system[END_REF]. Therefore, the TDM sequential measurement procedure requires dead time, complex signal processing techniques, or hardware improvement to limit the effects of contact impedance [Wang andMa, 2006, Wright et al., 2017]. Therefore, the systems introduced above reach high-speed at the price of a small number of electrodes, a partial scanning strategy, or short measurement times, often with a combination of these.

Equivalent to TDM, in the early stages of X-ray tomography, a single source/detector pair was rotated around a body to be imaged, resulting in a low acquisition rate. The improvement of X-ray tomography systems led to multiple emitter/receiver pairs that do not interact with each other as X-rays pass straight through the body. The sources and receivers are activated simultaneously, improving significantly the acquisition rate.

By analogy with the evolution of X-ray tomography, a solution for increasing the speed of EIT is to perform simultaneous measurements. However, the sensitivity regions within the body depend on the conductivity of the material, which is a priori unknown since it depends on the conductivity distribution inside the body, which is unknown. Therefore, simultaneous electrical emissions and measurements through surface electrodes result in a superposition of the signals in the measurement channels.

Based on simultaneous Multi-Frequency (MF) stimulations, the overlapping signals can be identified individually using Frequency Division Multiplexing (FDM). Employed in Mathieu Darnajou, PhD Thesis, October 2020 Introduction telecommunications, FDM consists of dividing the total bandwidth available into a series of non-overlapping frequency bands, each of which is used to carry a separate signal. FDM has been partially implemented in the context of EIT [START_REF] Granot | Frequency-division multiplexing for electrical impedance tomography in biomedical applications[END_REF], Dowrick and Holder, 2018,Mager et al., 2008], and simultaneous excitations at different frequencies are discriminated by demodulation, which allows simultaneous excitations and measurements at the same electrodes.

In [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF], a novel concept for soft-field tomography is reported based on simulation of a four-electrodes EIT system. This concept is build upon the multiple-excitation multiple-receiving capacitance tomography technique and the fully simultaneous excitation principle and is called the ONE-SHOT method, for ONe Excitation for Simultaneous High-speed Operation Tomography. The real breakthrough in the proposed signal processing methods, is the simultaneous excitation and measurement of all electrodes at once, with improved suppression of transients in high-speed operation. The ONE-SHOT method consists of single excitation pattern that can be set continuously, thereby eliminating problems due to contact impedance and transients. However in this preliminary work, the authors reports that the simulation results with the ONE-SHOT method are unstable. The most probable reason is the spectral leakage during Discrete Fourier Transform (DFT) computation.

In the present work, I focus on the creation of a hardware system to test high-speed and simultaneous excitation method for EIT in the context of high-pressure and hightemperature flow rigs.

The first step in this project is to analyse the dimensioning of the EIT sensor to be connected in the thermo-hydraulic loop. Depending on the diameter and length of the pipe, the size and number of electrodes have to be determined to improve the sensitivity and data quality of the EIT measurements. This topic is discussed in Chapter 2.

Then in Chapter 3, I aim at proving the feasibility of the ONE-SHOT method in a physical experiment. To do so, I focus on a reduced number of simultaneously generated signal frequencies imposed on a single electrode. The combined excitation signals with their simultaneous responses at the electrodes of the EIT module could theoretically be used to produce images.

The full implementation of the ONE-SHOT method is considered in Chapter 4 with a 16 electrodes EIT sensor and a total of 240 simultaneous excitations. The difficulty concerns the very high number of data to operate, including DFT in parallel over 16 channels.

The data acquisition system with the ONE-SHOT strategy have to be tested in an industrial experimental context to see the advantages of high rate imaging. In Chapter 5, I discuss the application to the study of accidental scenarios in PWR in two dynamic experiments.

Another novel solutions to significantly increase the imaging rate consists in fully simultaneous trigonometric excitations with FDM. The solution is called the COLTRANE method for Continuous Overlapping operations with Linear Trigonometric Response Mathieu Darnajou, PhD Thesis, October 2020

ANalysis for EIT and will be introduced in Chapter 6.

The scientific contribution highlights are listed in Section I.1. My publications in scientific journals and conference proceedings are listed in Section I.2. The Section I.3 relates the context of my PhD. Finally, the organisation of this PhD thesis, in 6 chapters, is detailed in Section I.4.

I.1. Scientific contribution highlights

Quantification of the leakage current for EIT measurements in thermo-hydraulic flow rigs. The electrode surface energy is maximised for an electrode length of 84% the length of the EIT sensor. This ratio is valid for any form factor [cp1, cp4].

Computation of the sensitivity map of EIT measurements for a pattern containing a full set of excitations and measurements for several number of electrodes. The counterintuitive behaviour is validated with an indirect computation method [cp1, cp4]. The effects of the curent leakage to the sensitivity were investigated in a 3D simulation.

Implementation of the novel ONE-SHOT method with simultaneous MF excitations and measurements with FDM. EIT images at 3 906 fps [ja1, ja2, ja3, ja4, ja6].

Experiment at University of South-eastern Norway (USN) to test the ONE-SHOT method on fastly evolving two-phase flows [ja2, ja3].

Experiment at the Framatome research center of Erlangen (Germany) to test EIT for the first time on high-pressure and high-temperature flow rigs.

Implementation of the novel COLTRANE method with simultaneous trigonometric excitation patterns with MF and measurement with FDM. EIT data frames acquisition at 31 250 fps.

Supervision of two master degrees:

-A. Poverud 

I.2. Notes and publications

The interdisciplinary nature of current thesis work allows to communicate the findings to the scientific research communities in both sensor development area and nuclear thermal-hydraulics area. The journal papers and proceeding papers are listed separately as follows:
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[cp3] C. Dang, M. Darnajou, G. Ricciardi, S. Bourennane, C. Bellis, H. Schmidt, " Twophase Flow Void Fraction Estimation from the Raw Data of Electrical Impedance Tomography Sensor". In Proceedings of ICAPP 2019, Juan-les-Pins, France, May, 2019.

[cp4] M. 

I.3. Context of the present work

The development of EIT for two-phase flow investigation at the French Alternative Energies and Atomic Energy Commission (CEA) of Cadarache has started with the PhD research of Antoine Dupré [Dupré, 2017] between October 2014 and October 2017. In his work, A. Dupré has developed a high speed EIT system called Pro-ME-T, able to acquire more than 800 fps based on TDM. In the year following the end of his PhD, A. Dupré has published in a conference proceeding [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF] the basic idea of the ONE-SHOT method for 4 electrodes. His work was the starting point of my research.

Two PhD subjects were created in 2017 by Guillaume Ricciardi (CEA) and Holger Schmidt (Framatome) in a collaboration to apply EIT to the analysis of accidental scenarios in PWR. One of this subject were developed by myself with a focus on the hardware and data acquisition. Regarding the complexity and the wide variety of methods for the reconstruction, the concerns about the quality of the EIT images in my work stops at the raw data level. The other subject were developed by my colleague Chunhui Dang, who focused on image reconstruction and eigenvalue analysis of EIT data. The thesis of C. Dang [Dang, 2020] contains various and interesting, analytical and experimental studies on image reconstruction and void fraction estimation for two phase flows [ja5, cp2, cp3, cp5].

The collaboration with Framatome has brought the possibility to test ProME-T and the ONE-SHOT method on high-pressure and high-temperature flow rigs. The creation of the EIT sensors able to withstand such extreme conditions with a large number of electrodes raised numerous problems that were discussed and solved thanks to the close collaboration with framatome. A successfull experiment were performed between June and July, 2019, proving the robustness of the sensors.

Finally, during the WCIPT8 conference in 2016, Antoine Dupré has started a collaboration with Saba Mylvaganam (USN). The laboratory of S. Mylvaganam focuses on two-and three-phase flow measurement with tomography coupled with deep learning. We organised with professor S. Mylvaganam, senior engineer Fredrik Hansen and master Mathieu Darnajou, PhD Thesis, October 2020 Thesis Organisation student Aleksander Tokle Poverud an experiment to test the ONE-SHOT method on the USN facilities in October 2019.

I.4. Thesis Organisation

The Chapter 1 introduces in Section 1.1 the technique of tomography with a nonexhaustive overview of some main techniques. The description of these techniques is mathematical so the reader has a precise idea on what information is harvested concerning the object to image. The focus will then be turned on electrical tomography in Section 1.2. The section contains a remainder of electromagnetism and an exhaustive review of the different techniques for electrical tomography. Among these techniques, EIT is of interest in this thesis. The EIT measurement process and image reconstruction is detailed in Section 1.3. Finally, in Section 1.4, two concepts for multiplexing are explained with examples of EIT systems from the literature. One of this concept, Frequency-Division Multiplexing (FDM) is a key tool to significantly increase the data acquisition rate in EIT. The association of EIT and FDM is the core of the present thesis.

In Chapter 2, simulations with two different softwares are used to find the optimal parameters for the sake of increasing the measurement performances. The Section 2.1 is an introduction to the softwares and methods used along this chapter. Section 2.2 contains the first approach to determine some dimensioning parameters. Section 2.3 relates the apparition of a leaking current from the electrodes to the neighboring pipes elements in the thermo-hydraulic loop. A simulation of the leakage currents at electrodes was used to find the adequate length of the electrodes that maximises the energy at their surfaces. Section 2.4 introduces the sensitivity map of the EIT measurements and validates the results with an independent computation approach. Finally, Section 2.5 presents the preliminary results for the integration of current leakage effects on the sensitivity in a 3D simulation.

The Chapter 3 introduces in Section 3.1, a first approach for simultaneous excitations and measurements strategy with FDM. Secondly, a general definition of the ONE-SHOT method is proposed in Section 3.2. The section provides details for its practical implementation. Thirdly, the high frame rate generates a large amount of data to process. In the past few years the development of electronics made it possible to handle systems enabling transfer of large measurement data [START_REF] Kryszyn | Architecture of evt4 data acquisition system for electrical capacitance tomography[END_REF]. The estimation of the optimal data transfer rate and online computation speed is needed to choose the adequate hardware components, an issue that is discussed in Section 3.3. Finally, the Section 3.4 presents preliminary results of the demodulation of 15 simultaneous excitation frequencies to prove the feasibility of the ONE-SHOT method.

The Chapter 4 presents the strategy to implement the ONE-SHOT method in a physical experiment. The Section 4.1 introduces the logics used for analog signal generation and acquisition. The output data format is discussed in Section 4.2.

The Section 4.3 details the software to implement the ONE-SHOT method. Finally, the Section 4.4 contains the experimental results, obtain from the measurement of two-phase static flows.

The Chapter 5 discusses the application of EIT to measure the flow patterns in several accidental scenarios in the primary circuit of PWRs. These scenarios are introduced in Section 5.1, with a discussion of the applicability of EIT in a particular region of the primary circuit. The Section 5.2 relates the experimental results of measurements of fastly evolving two-phase flows in a horizontal pipe using the ONE-SHOT method. In a second experiment, introduced in Section 5.3, the ONE-SHOT method is tested on a high pressure and high temperature hydraulic loop.

In Chapter 6, a novel approach with simultaneous trigonometric excitations for EIT is presented. The simultaneous trigonometric excitation strategy is discussed in Section 6.1, with the presentation of its software implementation. The measurement strategy and the output data format of the COLTRANE method are presented in Section 6.2, including experimental results. Finally, Section 6.3 discusses the preliminary work to develop the COLTRANE method for 32 electrodes.
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Electrical Impedance Tomography

Tomography is a widely used technique which consists in reconstructing the volume of a body from a series of measurements on its boundary. The result is the reconstruction of some physical properties inside the body, depending on the nature of the measurement. There exist numerous techniques, based on the measurement of particles, acoustic pressure, electromagnetic wave absorption, speed difference, polarisation of seismic waves... The chapter introduces in Section 1.1 the technique of tomography with a nonexhaustive overview of some main techniques. The description of these techniques is mathematical so the reader has a precise idea on what information is harvested concerning the object to image. The focus will then be turned on electrical tomography in Section 1.2. The section contains a remainder of electromagnetism and an exhaustive review of the different techniques for electrical tomography. Among these techniques, EIT is of interest in this study. The EIT measurement process and image reconstruction is detailed in Section 1.3. Finally, in Section 1.4, two concepts for multiplexing are explained with examples of EIT systems from the literature. One of this concept, Frequency Division Multiplexing (FDM) is a key tool to significantly increase the data acquisition rate in EIT. The association of EIT and FDM is the core of the present study.

Tomographic techniques

Tomography is widely used in astrophysics, geophysics and material sciences as well as application in medical imaging, destructive and non-destructive controls and thermohydraulics. One particular technique is not necessarily used in one particular domain of applications.

All these tomography techniques have in common to operate in three steps. Firstly the study volume is questioned, namely excited with an acoustic or electromagnetic signal. The second step consists in measuring the reaction signal of the matter. Those two steps are repeated in order to get a dataset containing the imposed and measured conditions for several independent measurements. The third step consists in solving the associated mathematical problem.

This third step on the mathematical problem, is decomposed into two steps. Firstly in the elaboration of a direct model which describes with a sufficient accurateness the physical phenomenons occurring inside the body. Secondly, it consists in determining an inverse problem used to determine the distribution of a physical quantity, based on the direct model.

Numerous reconstruction algorithms exists with various ways for solving the problem. Their are generally ordered in two categories:

• The analytical algorithms are based on a continuous representation of the problem given by a mathematical formula. Generally fast and simple algorithms, they do not necessarily provide an estimation of statistical phenomenons (noise) or other alterations imposed by the hardware.

• The algebraical algorithms are based on a discrete representation of the problem. These algorithms are often more elaborated and permit the use of a discrete model obtained from numerical simulation. A statistical modelling of the measurement gives probabilist methods to solve the inverse problem.

This section introduces a brief summary of the essential details of tomographic techniques, widely used in numerous applications. These techniques are quite far from the topic of this study, but the overview is interesting for the reader to realise the tremendous Mathieu Darnajou, PhD Thesis, October 2020 variety of strategies for tomography. The following contains the overview of X-Ray Tomography in Section 1.1.1, Single Photon Emission Computed Tomography (SPECT) in Section 1.1.2, Positron Emission Tomography (PET) in Section 1. 1.3,in Section 1.1.4 the very famous technique of Magnetic Resonance Imaging (MRI) and finally another interesting technique, Ultrasonic Tomography in Section 1.1.5.

X-Ray tomography

X-Ray tomography is an imaging technique to measure the absorption of X-Ray passing through a body and, with measurements from different angles, to reconstruct the inner structure of the body [START_REF] Sijbers | Reduction of ring artefacts in high resolution micro-CT reconstructions[END_REF], Dalrymple et al., 2005, Fishman et al., 2006, Silverstein et al., 2008, Berrington de Gonzalez et al., 2009, Boas and Fleischmann, 2011,Van Gompel et al., 2011,Pessis et al., 2013,Jha et al., 2014,Nieuwenhove et al., 2015]. Each reconstructed image represents a 2D slice of the body. In numerous applications such as the Computed Tomography (CT) scan in medical imaging (Figure 1.1a.), several slices are reconstructed together and associated with digital geometry processing to form a 3D image.

Although its main application is medical imaging [Oldendorf, 1978, Jacobs et al., 2008, Smith-Bindman et al., 2009], CT scan is used in numerous domains such as nondestructive control [START_REF] Buffiere | Imagerie 3D en mecanique des materiaux[END_REF], security inspection [START_REF] Megherbi | A classifier based approach for the detection of potential threats in ct based baggage screening[END_REF], Flitton et al., 2013], research for nuclear fusion [START_REF] Evans | Transient thermal finite element analysis of cfc-cu iter monoblock using x-ray tomography data[END_REF] or in archeology to image the contents of sarcophagi or ceramics [Payne, 2013]. The 1979 Nobel Prize in Physiology or Medicine was awarded for the development of computer assisted tomography to Allan M. Cormack and Godfrey N. Hounsfield [START_REF] Richmond | Sir godfrey hounsfield[END_REF].

The basic principle of X-Ray tomography is to detect photons that are transmitted through an object. The X-Ray interact with matter following mechanisms that results in the production of charged particles. In the typical energy range of CT scan operation, there is three main physical processes for light/matter interaction:

• The photoelectric absorption: The incident photon is absorbed by an atom of the object and its energy is transmitted to an electron, ejected from its orbit. The reorganisation of the electrons in the electronic shell of the atom emit fluorescence or an Auger electron. Generally, the Auger electron is quickly reabsorbed by the material.

• The Rayleigh (coherent) diffusion: The incident photon is absorbed by an atom and reemitted with the same energy.

• The Compton (incoherent) diffusion: The incident photon interacts with a single electron, providing a part of its energy. The rest of the photon energy is transmitted to a diffused photon.

The probability of these effects depends on the energy of the incident photon and the nature of the medium. In application, the photoelectric absorption and the Compton diffusion are predominant. The effects described above are responsible for the attenuation of the incident X-Ray through the material. The absorption coefficient µ [cm -1 ] is a sum of all the attenuation effects, it characterises the attenuation of the X-Ray and represents the probability for a photon to be absorbed by length unit. The value of µ depends on the energy of the X photons, the density and the atomic number of the traversed material.

The attenuation law, or Beer-Lambert law, describes the basis of the X-Ray tomography for a single slice:

N 1 = N 0 exp - path µ(x, y 1 )dx . (1.1)
The incident number of photons N 0 and the number of transmitted photons N 1 passing along the line y 1 are used to assess the integral of the absorption along the path:

ln N 1 N 0 = - path µ(x, y 1 )dx. (1.2)
The repetition of measurements along a sufficient number of linearly independent lines in a same slice gives the Radon transform (Figure 1.1b.). Based on the inverse of the Radon transform, it is possible to reconstruct the map of attenuation µ(x, y) of the slice from its projections (Figure 1.1c.).

Single Photon Emission Computed Tomography (SPECT)

SPECT is a medical imaging [Brooks and Di Chiro, 1976, D'Angelo et al., 1995, Tousignant et al., 1999]. It consists in injecting into the patient a radioactive substance, Mathieu Darnajou, PhD Thesis, October 2020 Tomographic techniques which emits photons of well known energy. The photons emitted outside the body are measured with a photon detector array [START_REF] Scuffham | A CdTe detector for hyperspectral SPECT imaging[END_REF], rotating around the body. The rotation gives the image of the distribution of the radionuclides from several angles to reconstruct its precise position and concentration.

A naive description of the SPECT image reconstruction [National Research Council, 1996] is to simply consider the projections p(t, θ) of the radioactive emission as the simple Radon transform. For a two-dimensional distribution f (x, y),

p(t, θ) = c +∞ -∞ f (x, y)ds, (1.3)
where t is the position on the projection array, θ is the angle and c is a gain factor that transforms the radioactivity concentration to detected signals.

In application, each photon is attenuated and scattered when traveling through the material. While the attenuation can be modelled by a coefficient, scattering has to take into consideration three-dimensional effects. The measured projections are twodimensional and given by a more complicated Radon transform: a(u)ds dsdω, (1.4) where a(u) is the three-dimensional attenuation coefficient distribution, +∞ r=0 a(u)ds is the attenuation factor for photons originating from u, traveling along the direction perpendicular to the detector array. t = (x, y) is a point on the two-dimensional projection image p(t, θ), f (r) is the three-dimensional radioactivity distribution in the object.

p(t, θ) = c Ω h(s, ω; r) +∞ -∞ f (r)e -+∞ r=0
A widely used radionuclide is an isomer of technetium, 99m Tc [START_REF] Dougall | Systematic Review of the Diagnostic Accuracy of 99mTc-HMPAO-SPECT in Dementia[END_REF], with a half life of 6.02 hours. During the decay of technetium, photons with energy 140.5 keV are emitted at 89% which is high enough to penetrate through the human body, but low enough to be measured by the photon detector.

The result brings precious information to study the organs behaviour and gives the opportunity to detect malfunctioning as early as possible. The SPECT is also used in industrial applications, for instance in the non-destructive control of fuel assemblies in nuclear power plants [START_REF] Svard | Nondestructive experimental determination of the pin-power distribution in nuclear fuel assemblies[END_REF], Biard, 2013, Andersson and Holcombe, 2017].

Positron Emission Tomography (PET)

PET [START_REF] Snyder | The use of sieves to stabilize images produced with the em algorithm for emission tomography[END_REF], Vardi et al., 1985, Miller and Snyder, 1987, Snyder et al., 1987, Green, 1990, Miller and Roysam, 1991, Kuhl et al., 1999, Kelloff et al., 2005] is a nuclear imaging technique used in medical applications. It consists in injecting a radioactive tracer, radiopharmaceutical glucose solution labeled with a positron emitting isotope ( 11 C, 13 N, 15 O and 18 F) into a patient. The distribution of the tracer is measured to create an image. The PET reveals areas where the glucose is consumed in excess such as in a growing tumor.

The lifetime of the emitter is an important parameter since it must be large enough to Mathieu Darnajou, PhD Thesis, October 2020 allow its transportation from the production facility to the location where the patient is treated. On the contrary, it is required to not be too large so the radioactive material despairs quickly in the patient body. The radioactive tracer 2-[ 18 F]fluoro-2-deoxy-Dglucose ( 18 FDG) [START_REF] Pacak | 6-[ 18 fluorodopamine positron emission tomographic (pet) scanning for diagnostic localization of pheochromocytoma[END_REF] is widely used for nuclear medical imaging. The radioactive element, the 18 F decays via positron with a half time of 110 minutes. The FDG is a sugar analogue which has the property to accumulate in the organs where the glucose is used, essentially the brain and the heart.

The distribution of the positron-emitting tracer is calculated [National Research Council, 1996] by tomographic reconstruction methods from P = e -a(s)ds f (s)ds, (1.5) where P is the projection data, a(s) the linear attenuation coefficient and f (s) the isotope distribution. The exponential coefficient in (1.5) takes into consideration the attenuation effects of the two photons inside the patient's body. In this description, the scattering effects are ignored but an approach similar to (1.4) can be considered.

The detectors in the PET scanners are made of scintillation blocs placed on a ring, placed around the body. The diameter of the ring defines the distance between the detectors, which influences the spatial resolution of the imaging. Hence, reducing the diameter increases the resolution, but it also increases random coincidences [START_REF] Leroy | Principles of Radiation Interaction in Matter and Detection[END_REF]. About fifteen rings can be operated simultaneously to form an array of detector to permit three-dimensional imaging. The images [Shepp andVardi, 1982, Qi and[START_REF] Qi | [END_REF]] reach a resolution of about 6mm in each direction.

Magnetic Resonance Imaging (MRI)

The most known tomography technique is probably the MRI [START_REF] Erasmus | A short overview of mri artefacts[END_REF], Buxton, 2009, Chavhan et al., 2009, Uecker et al., 2010, Abeida et al., 2013, Landheer et al., 2020]. Compared to the SPECT and PET, MRI has the advantage that it does not need radioactive material but uses the non-zero spin property of the hydrogen isotope 1 H nuclei.

A magnetic field B is imposed in a body. The nucleus and electron spins tend to align with the field, oscillating around the field direction and producing a sequence of radio-frequency pulses. The frequency of the oscillation depends on the magnetic field and the physical properties of the particles, making them identifiable through the pulse response.

The energy difference between the up state S z = + 1 2 and the down state S z = -1 2 of the spin of the hydrogen nuclei is:

∆E = hγB (1.6)
where h is Planck's constant, γ is the gyro-magnetic ratio which is a characteristic of Mathieu Darnajou, PhD Thesis, October 2020

Tomographic techniques each atom. The resonance, or the Larmor frequency, is given by

ν = γB (1.7)
which is 85.16 MHz for hydrogen in a 2T magnetic field.

The net magnetisation of the system is

M = µ (1.8)
with µ = eπγS. The individual magnetisation held with the nucleus. When a magnetic field is applied, most of the nuclei will align in the same direction according to Boltzmann distribution:

N - N + = exp - ∆E kT .
(1.9)

A Radio Frequency (RF) wave called saturation pulse or 90 • impulsion is imposed through the body to balance the populations N + and N -, giving a net magnetisation M z = 0. After a saturation pulse, the system will return to its equilibrium depending on the spin-lattice relaxation time T 1 (Figure 1.2a.b.) according to:

M z = M 0 1 -e -t/T 1 .
(1.10)

The 90 • impulsion brings the net magnetisation in the x-y plane, the equilibrium is reached as:

M xy = M xyτ e -t/T 2 , (1.11)
where T 2 is the spin-spin relaxation time and τ is the time marking the end of the impulsion. The decreasing effect is coming from the interaction between the nuclei magnetic fields.

To be able to reconstruct an image, the frequency ω, the spin-lattice T 1 and the spin-spin T 2 relaxation times are extracted. Due to the exponential nature of the signal, it is hard to extract these values directly. For this reason an echo is produced.

Among several methods to extract the values [Hurd andJohn, 1991,Brown et al., 1995], the most direct one is called spin-echo method (Figure 1.2d.e.) and considers only RF waves to create the echo. A sequence used is a 90 • impulsion followed by a saturation pulse after a time t = T E/2 there T E is the echo time. This pattern is repeated after a time t. The height of the echo signal is:

S = kρ 1 -e -T R/T 1 e -T R/T 2 (1.12)
where ρ is the non-zero spin nuclei density and k is a proportionality constant that depends on the measuring device. From ρ is extracted the information for tomographic images inside the body.

The MRI can be associated to other tomographic techniques such as PET imaging [START_REF] Wagenknecht | Mri for attenuation correction in pet: methods and challenges[END_REF] or CT-scan [START_REF] Semelka | Imaging strategies to reduce the risk of radiation in ct studies, including selective substitution with mri[END_REF]. As for CT-scan, MRI Mathieu Darnajou, PhD Thesis, October 2020 has application not only in medical imaging [START_REF] Erasmus | A short overview of mri artefacts[END_REF], Masselli and Gualdi, 2012,Necus et al., 2019] but in a wide range of applications such as in physics experiments [START_REF] Mansfield | diffraction" and microscopy in solids and liquids by nmr[END_REF], in palaeontology [START_REF] Giovannetti | Magnetic resonance spectroscopy and imaging for the study of fossils[END_REF] or ornithology [START_REF] Liu | Imaging cerebral gene transcripts in live animals[END_REF].

Ultrasonic tomography

Ultrasonic Tomography [START_REF] Munk | Ocean acoustic tomography: a scheme for large scale monitoring[END_REF], Greenleaf and Bahn, 1981, National Research Council, 1996, Kak and Slaney, 2001, Goncharsky and Romanov, 2013, Arakawa et al., 2018, Mita and Takiguchi, 2018, Takiguchi, 2019] uses ultrasound waves as physical phenomenon for imaging. It is mostly used for soft tissue medical imaging, especially breast imaging.

A sound wave is generated with Piezoelectric ultrasound transducers and transmitted in the direction of the object to measure. The response of the system is a sound wave, that is measured with the same or other piezoelectric transducers around the object. This response sound wave carries information about the object.
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Electrical Tomography (ET)

Let us consider an object Ω ∈ R n with a reflective index γ, and γ = 1 outside. Planar sound waves are generated in the direction of the object θ :

e -ikt u θ (x), u θ (x) = e -ikx•θ (1.13)
where k = 2π/λ is the wave number and λ the wave length. The response is the wave e -ikt u(x) which satisfies the reduced wave equation:

∆u + k 2 (1 + f )u = 0, f = γ 2 -1. (1.14)
Assuming the boundary conditions :

g(x, θ) = u(x), θ ∈ R n-1 (1.15)
to be known outside the object. The inverse problem to be solve consists in determining f inside Ω.

The generally assumed method to solve this problem consists in linearisation of (1.14), with methods such as Born and Rytov approximation. Let us assuming n = 3, ones rewrites (1.14) as

u(x) = u θ (x) -k 2 Ω G(x -y)f (y)u(y)dy, (1.16) 
where

G(x) = e ik|x| 4π|x| (1.17)
is an appropriate Green's function. The Born approximation consists in considering u ∼ u θ in (1.16), giving

g(x, θ) = u θ (x) -k 2 Ω G(x -y)f (y)u θ (y)dy, x / ∈ Ω (1.18)
Ultrasonic Tomography has the benefit to provide multiple information on the object to image: the attenuation coefficient from the wave's sound pressure, the speed of sound from the time-of-flight and the echogenicity (i.e. refraction index, surface morphology...) from the scattered wave.

Electrical Tomography (ET)

ET aims at reconstructing an electrical quantity to form a tomographic image. Prior to introduce the ET techniques, let us remind the basis of electromagnetism in Section 1.2.1. There is three different ET techniques: Magnetic Induction Tomography (MIT), Electrical Impedance Tomography (EIT) and Electrical Capacitance Tomography (ECT). These techniques are overviewed in Section 1.2.2, Section 1.2.3 and Section 1.2.4, respectively.
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Electromagnetism in material

The principle of ET is based on the theory of electromagnetism. The three-dimensional description of the electromagnetic field in a physical body starts from the Maxwell's equations. [START_REF] Mueller | Linear and Nonlinear Inverse Problems with Practical Applications[END_REF], Monk, 2003, Cheng et al., 1989]:

∇ × E = -∂ t B
Faraday's law, (1.19)

∇ × H = J + ∂ t D Ampere's law, (1.20) ∇ • B = 0 Gauss's law for magnetism, (1.21) ∇ • D = ρ Gauss's law. (1.22)
Here, E(x, t) is the electric field, B(x, t) the magnetic flux density, H(x, t) the magnetic field strength, D(x, t) the electric displacement field and ρ(x, t) the free electric charge density, described for a point x ∈ R 3 at time t. In ET, a periodic excitation of the form e iωt , with ω the temporal angular frequency, is generally applied at the surface of the body. The application of a periodic excitation affects the electromagnetic fields such that:

                           E(x, t) = E(x)e iωt , H(x, t) = H(x)e iωt , B(x, t) = B(x)e iωt , D(x, t) = D(x)e iωt , ρ(x, t) = ρ(x)e iωt , J (x, t) = J (x)e iωt .
(1.23)

The particular case of an applied periodic current affects the Faraday's law (1.19) and the Ampere's law (1.20) in the way that:

∇ × E(x) = -∂ t [B(x)e iωt ] = -iωB(x), (1.24) 
∇ × H(x) = J (x) + iωD(x).

(1.25)

Assuming the electric and magnetic response of the body is linear and anisotropic, the following relationship is verified: .27) and Ohm's law implies:

D = (x, ω)E, (1.26) B = µ(x, ω)H, ( 1 
J = σ(x, ω)E.
(1.28)

Here, (x, ω) is the electric permittivity, µ(x, ω) the magnetic permeability and σ(x, ω) the real conductivity.

Magnetic Induction Tomography (MIT)

MIT uses the Foucault's current effect to image the passive electromagnetic properties of an object: conductivity, permittivity and permeability [START_REF] Telford | Applied geophysics[END_REF], Peyton et al., 1996, Korjenevsky et al., 2000, Scharfetter et al., 2001, Binns et al., 2001, Soleimani and Lionheart, 2006,Wei and Soleimani, 2012]. As ECT and EIT, it has the advantage to be contactless and non-intrusive. The applications of MIT are broad in domains such as geophysics, metal flow visualisation in metal working processes, non-destructive testing as well as medicine and process industry.

The principle of MIT is to apply a magnetic field from a coil at the surface of an object [START_REF] Saiful | Magnetic induction tomography: A brief review[END_REF]. The magnetic field disturbed by a perturbation is measured by sensing coils at the periphery of the object [Ziolkowski and Gratkowski, 2009], as illustrated in Figure 1.3. [START_REF] Igney | Design and performance of a planar-array MIT system with normal sensor alignment[END_REF].

When the object or biological tissu is exposed to the excitation magnetic field B, the object creates Foucault's currents resulting from the electromagnetic induction [Zinan Liu et al., 2008]. It results a perturbation of the magnetic fiels ∆B ∈ C which modifies the strength and the spatial distribution of the magnetic field. The detection coils are used to mesure the perturbed magnetic field B = ∆B + B as follows [Griffiths, 2001]:

B ∝ ω(ω 0 r -iσ) (1.29)
where ω is the angular frequency of the excitation signal, 0 the vacuum permittivity, r the relative permittivity and σ is the conductivity of the object. The perturbation creates a phase φ between B and B. The real part of ∆B is due to the displacement currents which is in linear relationship with the permittivity inside the object. The imaginary part is related to its impedance. MIT requires a phase sensitive measurement to get the conductivity inside the material and reconstruct an image. The strength of MIT is its capacity to measure three dielectric properties of material: conductivity σ, permeability µ and permittivity [START_REF] Trakic | Rotational magnetic induction tomography[END_REF],Zakaria et al., 2012]. However, the literature generally focuses on the conductivity measurement because the quantities involved are relatively higher.

Electrical Impedance Tomography (EIT)

EIT is a type of non-intrusive technique widely used in medical, geo-physical, and industrial imaging. From the information of electrical current and potential on the boundary of an object, the Calderón's inverse problem aims at determining the complex conductivity distribution inside the object. A close technique consists in reconstructing the real conductivity and is called Electrical Resistance Tomography (ERT). This section introduces the mathematical aspects of EIT as generally reported in the literature.

As for the MRI, EIT were firstly developed for medical applications. Much of the fundamental work was done at Rensselaer Polytechnique Institute starting in the 1980s [START_REF] Cheney | Noser: An algorithm for solving the inverse conductivity problem[END_REF], Gisser et al., 1990, Cheney and Isaacson, 1995, Cheney et al., 1999]. The method [Borcea, 2002, Hanke and Bruhl, 2003, Cheney et al., 1999] uses a set of electrodes, placed on the surface of the body, with a low frequency current passing through, below the human perception (Figure 1.4a.). This results in a voltage distribution on the electrodes which can be measured. Based on the fact that the electrical conductivity and permittivity of the human tissues vary significantly, the application of an excitation pattern between several pairs of electrodes associated with the voltage measurement results in a current-to-voltage map. This map serves as data for the inverse conductivity problem to compute the tomography of the electrical properties of the tissue and to assess its structure. More precisely, the system Ω ⊂ R 3 in which the image reconstruction is considered is cylindrical (Figure 1.4b.). EIT is a technique to solve the inverse problem of determining Mathieu Darnajou, PhD Thesis, October 2020 the conductivity function γ(x, ω) = σ(x) + iω (x) within the interior of Ω [START_REF] Cheney | Electrical impedance tomography[END_REF], Borcea, 2002, Hanke and Bruhl, 2003]. Here, σ(x) is the isotropic electrical conductivity field, (x) the permittivity, and ω the angular frequency. EIT operates at ω 1 GHz, so the imaginary part of γ can be neglected γ(x, ω) → σ(x). The closure of Ω is denoted as Ω, and its boundary is ∂Ω.

In EIT, the conductivity function σ(x) is unknown and has to be determined from simultaneous excitations and measurements of the potential u(x) and the current j(x) = σ(x)∇u, on the boundary.

Since the magnetic permeability of water, air, oil, human tissus and earth are very low compared for instance to metallic materials, it is possible in every fields of application of EIT to linearise E and B around µ = 0. Respectively, .31) and .32) In the approximation at leading order, the Faraday's law (1.19) becomes:

E(x, ω; µ) = E(x, ω; 0) + ∂ µ E(x, ω; µ)µ + 1 2! ∂ 2 µ E(x, ω; µ)µ 2 + ... (1.30) = E 0 + µE 1 + µ 2 E 2 + ..., ( 1 
B(x, ω; µ) = B 0 + µB 1 + µ 2 B 2 + .... ( 1 
∇ × E 0 (x) = -iωB 0 (x), (1.33) However, it follows from the approximation µ = 0 and the (1.27) that B 0 = 0 and then :

∇ × E 0 (x) = 0. (1.34)
The electric field is expressed in this particular case as the gradient of the electric potential u, defined so that:

E 0 (x) = -∇u. (1.35)
Alternatively, starting from the Ampere's law under a periodic current (1.25), and considering (1.26) and (1.28), it follows that:

∇ × H = (σ + iω )E, (1.36) and, ∇ • (∇ × H) = ∇ • [(σ + iω )E] = 0, (1.37)
Since the divergence of a curl is null. At zero order, (1.37) becomes:

∇ • [(σ + iω )E 0 ] = 0, (1.38)
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The generalized Laplace equation is obtained by considering (1.35): .39) for x ∈ Ω, where Ω ⊂ R 3 is the bounded domain in which the problem is considered. This equation conditions the mathematical problem for the image reconstruction. We will see in more details the reconstruction problem of EIT in Section 1.3. The material to operate EIT is available in real-time application and is cost-effective. Furthermore, the low current and voltage being able to penetrate a wide variety of materials without damaging them, makes EIT an attractive technique. Nevertheless, the ill-posedness of the inverse problem associated with its discretisation due to the finite size of the electrodes makes the inverse conductivity problem very sensitive to modelling errors and measurement noise, necessitating a Data Acquisition (DAQ) system that operates with low measurement errors and fast computational resources. To conclude, the application of EIT techniques is a complicated task at all levels: physical, instrumentational, mathematical, computational and interpretational.

∇ • [(σ(x) + iω (x))∇u(x)] = 0. ( 1 

Electrical Capacitance Tomography (ECT)

ECT [START_REF] Kortschak | Formulation of cost functionals for different measurement principles in nonlinear capacitance tomography[END_REF], Soleimani et al., 2007, Makkawi and Ocone, 2007, Liu et al., 2008, Niedostatkiewicz et al., 2009, Hamidipour and Larachi, 2010, Wang and Yang, 2010, Rimpilainen et al., 2011, Rimpilainen et al., 2012, Banasiak and Soleimani, 2010] is similar to EIT but uses the dependence of the capacitance on the permittivity value of a material. To obtain a spatially resolved image of the permittivity distribution inside the pipe, multiple electrodes are arranged at its surface. The difference with EIT is that in ECT, the electrodes are not necessary in contact with the fluid but distributed on the tube and all inter-electrode capacitances are measured. Substances of differing dielectric properties can be distinguished by means of this method.

The forward problem solves the capacitance values from a given permittivity distribution [START_REF] Yang | Image reconstruction algorithms for electrical capacitance tomography[END_REF], Ortiz-Aleman et al., 2004, Fang, 2004, Soleimani and Lionheart, 2005, Changhua et al., 2005, Lei et al., 2013]. The relationship between capacitance and the permittivity distribution can be formulated by:

C = Q V = - 1 V Γ (x)∇φ(x)dΓ (1.40)
where Q is the electric charge, V the potential difference between two electrodes, Γ is the electrode surface, (x) is the permittivity and φ(x) the electrical potential distributions.

From the given capacitance data, the inverse problem aims at estimating the permittivity distribution. In real applications, the static linearisation image reconstruction model can be simplified as:

SG = C + r (1.41)
where S is the Jacobian matrix or Sensitivity matrix of dimension m × n, G is an vector of length n standing for the normalised permittivity distributions, C is a vector of length Mathieu Darnajou, PhD Thesis, October 2020

EIT measurement and image reconstruction m indicating the normalised capacitance values and r is a vector of size m representing the capacitance measurement noises. The Jacobian matrix S can be formulated by:

S i,j (x) = - p(x) E i (x) V i • E j (x) V j dx (1.42)
where S i,j (x) defines the sensitivity between the i th electrode and the j th electrode at p(x), E i (x) is the electric field distribution inside the sensing domain when the i th electrode is activated as an excitation electrode by applying a voltage V i to it.

The application of suitable algorithms yields the permittivity distribution inside the pipe. Common ECT systems are based on the above description which is itself based on the approximation of a linear relationship between capacitance and permittivity values. Such systems are fast but the reconstruction is not strongly accurate since the true relationship between capacitance and permittivity is strongly nonlinear and cannot be approximated by a linear mapping for high-quality reconstruction purposes [START_REF] Yang | An image-reconstruction algorithm based on landweber's iteration method for electricalcapacitance tomography[END_REF], Warsito and Fan, 2001, Jang et al., 2006, Takei, 2006, Wang et al., 2007, Lei et al., 2011].

EIT measurement and image reconstruction

We now focus on EIT. There is a large contrast between EIT and other tomographic techniques based on Radon transformation such as CT scan, SPECT or PET. The three main differences are:

• the worse conditioning of the inverse problem. This is due to the discretisation of the boundary conditions due to a finite number of electrodes.

• a more complexe resolution: EIT constitutes a non-linear inverse problem which makes its resolution much more difficult than in the linear case of Radon transforms.

• the non straightforward propagation of current through the object. This is particularly contrasting with X-Ray tomography technique where the photons travels through matter in straight lines.

The discretisation due the electrodes allows several excitation and measurement strategies. The choice on the strategies is important since it directly impacts the ill-posedness of the inverse problem.

In the following, we will firstly review these excitation and measurement strategies for EIT in Section 1.3.1 and the corresponding measurement-times in Section 1.3.2. In a second part, we provide an overview of the image reconstruction principles in EIT. The continuum model of the inverse problem in Section 1.3.3 and the discretisation and resolution of the problem in Section 1.3.4.
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Excitation and measurement strategies

There are several excitation strategies, that can be configured with multiplexers (Section 1.4). For a one electrode ring EIT system, the most common excitation patterns are the adjacent and the opposite excitation, measured simultaneously (Figure 1.5) on all available electrodes. However numerous strategies are available: • The adjacent (also called neighbouring) data collection strategy considers pairs of adjacent electrodes for the excitation. Considering n e electrodes, the excitation signal of amplitude A follows:

S n l =                A, l = k, k = 1, ..., n e , -A, l = k + 1, k = 1, ..., n e -1, -A, l = 1, k = n e , 0 , Otherwise. 
(1.43)

Note that S n l denotes the excitation signal and in applications it can refer to the excitation potential or the excitation current. The measurements concerning 1 or 2 current-injection electrodes are discarded because they are potentially biased by the voltage drop within the electrodes. The strategy yield a good sensitivity in the regions near the electrodes, but is almost insensitive to the centre of the study volume.

• The cross strategy is similar to the adjacent strategy, but is skips at least one in two electrodes for the excitation.

• The opposite strategy employs pairs of opposite electrodes for current injection.
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EIT measurement and image reconstruction

The excitation pattern follows:

S n l =                A, l = k, k = 1, ..., n e , -A, l = k + n e /2, k = 1, ..., n e /2,
-A, l = m, k = n e -m, m = 0, ..., n e /2, 0, Otherwise.

(1.44)

• The adaptive strategy [Gamio, 2002] optimises the excitation voltage to maximise the potential on the measurement electrodes on a designated region. It enables simultaneous current flows from all the electrodes which complexifies greatly the experimental set-up.

• The walsh strategy [START_REF] Mueller | Linear and Nonlinear Inverse Problems with Practical Applications[END_REF] uses simultaneously all the electrodes for the excitation:

S n l =   
A, l = n mod(n e ), ..., (n + ne 2 ) mod(n e ), -A, l = (n + ne 2 + 1) mod(n e ), ..., (n + n e -1) mod(n e ),

(1.45)

• The full-scan strategy (Figure 1.5) considers the excitation and measurement of all available pairs of electrodes. This strategy has the benefits that it allows to measure the flow on the edge but also in the center of the pipe with a nearly homogenous sensitivity distribution over the cross-section. The number N of measurements for this strategy is : .46) giving N = 120 for 16 electrodes.

N = n e (n e -1) 2 , ( 1 
• The trigonometric strategy. On a system containing n e electrodes, there are only n e -1 linearly independent excitation patterns. Therefore, any other pattern will be a linear combination of these. The Fourier basis functions e inθ / √ 2π are a natural choice to describe the linearly independent patterns: The excitation signal patterns follows:

S n l =          A cos(nθ l ), n = 1, ..., n e /2 -1, A cos(πl), n = n e /2, A sin((n -n e /2)θ l ), n = n e /2 + 1, ..., n e -1.
(1.47)

The vector S n is a discrete approximation of the trigonometric functions on the boundary. More details concerning this excitation pattern can be found in Chapter 6, as a practical implementation is introduced.

The excitation amplitude imposed on the electrodes for some patterns is illustrated in Figure 1.6 Concerning the acquired data, it is either the current passing through the electrodes or the potential between pairs of electrodes that is measured. The strategies can consider the measurement at all the electrodes or only at a subset of electrodes. Furthermore, the measurement can be sequential or simultaneous.

The choice of the applied and measured current or potential is very important for distinguishability [Isaacson, 1986, Cheney and Isaacson, 1992, Gisser et al., 1990]. The distinguishability δ(j) is the ability to detect an object. It depends on the shape and location of this object, the conductivity profile as well as the applied excitation pattern and is defined as:

δ(σ 1 , σ 2 , j) = ||∆V (σ 1 , σ 2 , j)|| L 2 ||j|| L 2 (1.48)
with ∆V the voltage difference and j the current density. The distinguishability is an important parameter to assess the maximum theoretical precision of an EIT system and the best current pattern to apply for a given application.

Measurement duration

We are interested in the typical time to operate the three main excitation patterns: adjacent, opposite and full-scan.

Let's consider n e electrodes and N to be the number of patterns in one frame. A frame contains all the excitation and measurement configurations in a given pattern. For the adjacent and opposite excitation strategies, N = n e and N = n e /2, respectively. For the full-scan strategy, the total set of independent measurements is given by (1.46). It is easy to obtain the total time to measure one frame: (1.49) from the time duration t m of a single measurement, and by considering the excitation strategy and the number of electrodes.

T f = N × t m ,
The table 1.1 shows a rough estimation of the time needed to measure one frame for several number of electrodes and strategies. The timing values consider a typical excitation between a pair of electrodes: two sinusoidal period at frequency 50 kHz [Dupré, 2017]. Then, the time for one measurement in this typical situation is t m = 4.10 -5 s. In two phase flow experiments, these values are to be compared with the typical time the flow passes through the detector. If the measurement time is greater, it means that the flow can completely change and comeback to its original state without being identified.

n e = 8 n e = 16 n e = 32 n e = 64 Adjacent N = 8 N = 16 N = 32 N = 64 t f = 0.3 ms t f = 0.6 ms t f = 1.3 ms t f = 2.6 ms Opposite N = 4 N = 8 N = 16 N = 32 t f = 0.2 ms t f = 0.3 ms t f = 0.6 ms t f = 1.3 ms Full-Scan N = 28 N = 120 N = 496 N = 2016 t f = 1.1 ms t f = 4.8 ms t f = 19.8 ms t f = 80.6 ms

Continuum model of the inverse problem

The boundary conditions can be either imposed in voltage (Dirichlet) or in current (Neumann). Both are linked by the Ohm's law to the electrical properties of the system. In the case where σ(x) is known, the direct problem of reconstructing the voltage from the imposed current (or equivalently reconstructing the current from the imposed voltage) is called the forward problem and is well-posed.

Let us consider the continuous function m, that contains the imposed and measured boundary conditions. The mathematical model is the following:

m = A(σ) + (1.50)
where A is the forward map, a nonlinear function of the conductivity field σ, and is the measurement error. A problem is well posed if it satifies the Hadamard conditions:

• Existence: There should be at least one solution.
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• Uniqueness: There should be at most one solution.

• Stability: The solution must depend continuously on data.

Otherwise it is called ill-posed. In practical σ(x) is unknown and can be reconstructed, knowing the imposed conditions (Dirichlet or Neumann) associated with the measured conditions (Neumann or Dirichlet). In this situation, reconstructing σ(x) is an inverse problem that is ill-posed, meaning that at least one of the above condition fails.

This section focuses on the ideal situation of a continuous measurement of the voltage-tocurrent operator (the Dirichlet-to-Neumann map Λ σ ) and the current-to-voltage operator (the Neumann-to-Dirichlet map R σ ) in the context of continuum model of EIT. The two dimensional case is also considered with one ring EIT systems. In this situation, EIT is the inverse conductivity problem associated with the Laplace equation (1.39):

∇ • [σ(x)∇u(x)] = 0. (1.51) in Ω ⊂ R 2 .

The Dirichlet-to-Neumann map

The Dirichlet boundary conditions are imposed with a voltage distribution on the boundary ∂Ω of the domain Ω: u(s) = V (s) for s ∈ ∂Ω.

(1.52)

In parallel, the current density distribution j is measured on ∂Ω: j(s) = σ(s) ∂u(s) ∂n , with s ∈ ∂Ω, (1.53) and n the outward-facing unit normal on the boundary. An additional requirement is dictated by Kirchhoff's law of conservation of charges. The Kirchhoff's law imposes that the integral of the current is zero on the border: By opposition with the photons of X-ray tomography passing through the study domain in straight lines, the propagation of electromagnetic waves in EIT depends on the medium and the "path" is unknown when the composition of the medium is unknown. Hence, u is itself a function of σ and the DtN and NtD maps are nonlinear functions of the electrical conductivity [START_REF] Mueller | Linear and Nonlinear Inverse Problems with Practical Applications[END_REF]. The fact that EIT data has a nonlinear dependency on the conductivity is a major difference with the situation of X-ray tomography data that depends linearly on the distribution of the absorption spectrum over the domain.

∂Ω Jda = ∂Ω σ ∂u ∂n da = Ω ∇σ • ∇uds = 0, ( 1 

Functional spaces

Considering k an integer, a function f is in H k (Ω) if the squared k th derivative has a finite integral over Ω. The Sobolev spaces with non-integers or negative powers are defined by taking the Fourier transform, multiplying by a power of frequency and requiring that the result is square integrable. Concerning the potential, it must satisfy:

Ω |∇u| 2 dV < ∞.
(1.59)

The physical meaning is to require, provided the conductivity is finite, that the ohmic power dissipated is finite. Sobolev spaces are useful to express the smoothness of a function and its derivatives. These spaces can be also endowed with an inner product since they are Hilbert spaces. The condition of finite power requires the Dirichlet boundary data φ| ∂Ω ∈ H 1/2 (∂Ω) and the Neumann data j ∈ H -1/2 (∂Ω). The DtN operator is then a transformation H 1/2 (∂Ω) -→ H -1/2 (∂Ω). By opposition, the NtD is H -1/2 (∂Ω) -→ H 1/2 (∂Ω). We observe that the current density is one derivative less smooth than the potential on the boundary.

For the sake of simplicity, the transformation can be considered as L 2 (∂Ω) -→ L 2 (∂Ω)
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Discretisation and resolution

The continuum model (1.50) is an idealization. Namely, the current-density cannot be applied or measured continuously over the surface of the body. In practice, the only accessible measurements are currents along wires that are attached to electrodes at the surface of the system. On the other hand, it is also only possible to measure the voltage on these electrodes. Therefore, the model must include the discretisation of the boundary conditions.

Modeling of voltage and current distributions on the electrodes

The simplest electrode model, the gap model consists in a sub-division of the boundary ∂Ω into n e electrodes on which potentials including constant values over the electrodes are given or measured. This is possible to assume that the electrode material is a perfectly conducting. By analogy with (1.52): V n = 0.

V =    V n for s ∈ e n , n = 1, 2, ...,
(1.62)

Using the gap model, the inverse problem ains at finding the conductivity σ inside the body from all possible current patterns I = (I 1 , ..., I N ) and their corresponding voltage patterns V = (V 1 , ..., V N ) where I m and V m with 1 ≤ m ≤ N are vectors of lengths n e , describing a given excitation and measurement in a strategy containing N patterns [START_REF] Cheney | Electrical impedance tomography[END_REF].

The gap model approximation of constant current-densities over the electrodes is appealing because of its simplicity. However, the electrode material providing a highly conductive path for the current, shunting effects appears when the electrodes of finite area come into contact with the surface of the medium being imaged [START_REF] Somersalo | Existence and uniqueness for electrode models for electric current computed tomography[END_REF]. For this reason, the definition of the applied or measured current (1.61) On the other hand, electrochemical effects between the electrodes and the material may cause a thin and highly resistive layer resulting in a contact impedance ζ. To account for this phenomenon, another model, the complete model were developed [Borcea, 2002, Somersalo et al., 1992, Isaacson and Cheny, 1991] for a more accurate definition of the voltage distribution of (1.60): where ζ n is the contact impedance at the surface of the n th electrode.

V n = u + ζ n σ ∂u ∂n on E n , n = 1,
Finally, (1.39) together with either equations (1.63) and (1.64) or (1.65) and (1.66) and associated with the corresponding condition of (1.62) gives a forward problem with a unique solution, close to the measurement data [START_REF] Cheng | Electrode models for electric current computed tomography[END_REF], Somersalo et al., 1992, Isaacson et al., 1991].

The continuum definition (1.50) need to be approximated by a discrete model of the form m = Af + , (1.67) where m ∈ R k , A ∈ R k×n is a matrix and f is a vector of dimension n.

Singular Value Decomposition

The Singular Value Decomposition (SVD) of the matrix A in (1.67) is a useful tool to inverse the problem in the discretised form [START_REF] Kerrouche | Time series of EIT chest images using singular value decomposition and fourier transform[END_REF], Bellis et al., 2012]. Matrix algebra stipulates that any matrix A can be expressed on the form:

A = U DV T (1.68)
where U ∈ R k×k and V ∈ R n×n are orthogonal matrices and D ∈ R k×n is a diagonal matrix. A is badly conditioned, i.e.:

dn dr 1, (1.69)
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D =             d 1 . . . 0 d r 0 0 . . . 0             (1.70)
Thanks to the SVD, the continuous inverse problem becomes an eigenfunction problem.

From (1.67), writing f ∈ R n as a linear combination: (1.71) the goal is to find the coefficients a 1 , ..., a n by choosing f to be a minimum norm solution.

f = n j=1 a j V j = V a,
Assuming m = U T m ∈ R k and using the orthogonality of U , we have:

||Af -m|| 2 = ||U DV T V a -U m || 2 = ||Da -m || 2 = r j=1 (d j a j -m j ) 2 + k j=r+1 (m j ) 2 .
(1.72) Given d j and m j , the norm in (1.72) reaches its minimum for a j = m j /d j for j = 1, ..., r.

A least-square solution is any f of the form: .73) where a r+1 , ..., a n are unconstrained coefficients.

f = V             d -1 1 m 1 . . . d -1 r m r a r+1 . . . a n             . ( 1 

The Tikhonov regularisation method

In EIT, the discretisation of the problem is associated to its instability. In other words, a small error on the data in (1.50) can create very large error in the computed solution σ(x). To overcome ill-posedness in EIT, two main types of regularisation techniques are commonly used. One is projection methods, such as Truncated Singular Value Decomposition (TSVD). The other is penalty methods, such as the Tikhonov regularisation method which is details in this section.
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A priori information can be introduced in the problem to restore its stability. The general way is to find a function δ( ) → 0 as → 0 such that the stability is satisfied. Considering (1.67), let the data m ∈ Y , with Y a Hilbert space, such that ||m-m || ≤ , and let Af = m , then :

||σ -σ || ≤ δ( ).

(1.74)

The degree of ill-posedness is reflected by the behaviour of δ( ) as → 0. There is no ill-posedness in the case where δ( ) is of order . On contrary, the problem is severely ill-posed if δ( ) tends to zero very slowly, such as δ( ) = 1/ log(1/ ). These problems are extremely difficult to solve and only approximations of the true solution can be obtain.

Regularisation methods are any method verifying (1.74) to solve the inverse problem from an element M of f . Among these methods, the Tikhonov regularisation method is commonly used for linear problems. It consists in considering M = {f ∈ X : ||f -f 0 || ≤ ρ} for some f 0 ∈ X, where X is the model Hilbert space and ρ positive. The solution is the vector T α (m) ∈ R n which is obtained by minimising

||AT α (m) -m|| 2 + α||T α (m)|| 2 (1.75) in X.
Here, α ∈ R and α > 0 is the regularisation parameter, a penalty coefficient for the regularisation term ||T α (m)||. We denote

T α (m) = argmin z∈R n ||Az -m|| 2 + α||z|| 2 .
(1.76)

The Tikhonov regularised solution for the discrete equation (1.67) is (1.77) where A = U DV T is the SVD and

T α (m) = V D + α U T m,
D + α = diag d 1 d 2 1 + α , ..., d min(k,n) d 2 min(k,n) + α ∈ R n×k . (1.78)
The proof of (1.78) can be found in [START_REF] Mueller | Linear and Nonlinear Inverse Problems with Practical Applications[END_REF].

In the context of EIT, the problem (1.75) consists in determining T α that minimises [START_REF] Cheney | Noser: An algorithm for solving the inverse conductivity problem[END_REF], Gisser et al., 1990, Cheney and Isaacson, 1995, Cheney et al., 1999]:

1 2 ||U (σ) -V || 2 + α||T α (σ -σ 0 )|| 2 (1.79)
where U is a vector of simulated measurements on the boundary, V concentenates the actual boundary measurements on the electrodes. Moreover, σ is the discrete conductivity field and σ 0 is a reference conductivity field.

The Gauss-Newton iterative method can be used to solve (1.79) with the update δσ i Mathieu Darnajou, PhD Thesis, October 2020 of the conductivity profile σ i at the i th iteration being given by .80) where "δ" denotes the update of a quantity at each iteration. Here, J = δU (σ i )/δσ i is the Jacobian matrix and δV = V -U (σ i ).

δσ i = - J T δV + αT T α T α (σ -σ 0 ) J T J + αT T α T α , ( 1 
Finally, the Gauss-Newton method can be heavy to implement since the Jacobian is updated at each iteration of the algorithm. The Newton's One-Step Error Reconstructor (NOSER) [START_REF] Cheney | Noser: An algorithm for solving the inverse conductivity problem[END_REF]] is a method to reduce the computation heaviness. To do so, it considers the penalisation on the diagonal elements of the Jacobian on a single iteration:

∆σ = - J T J T J + α • diag(J T J ) ∆V ≡ -J ∆V . (1.81)
Since there is only one iteration, the values are updated once and "δ" is replaced with "∆". The advantage of this method is that the inverse matrix J can be pre-computed and implemented for online applications. For this reason, in the present study, this reconstruction algorithm is exclusively considered.

Towards high frame rate EIT imaging

Developing a fast EIT system and DAQ procedures with an adequate strategy and data frame acquisition rate is a real challenge. The development for fast EIT can be improved on numerous levels and over the past years numerous approaches have been considered. Nevertheless since the 2000's, the main strategy opted to increase the data frame acquisition rate is parallel sampling of all measurement channels.

In this study, I focus on the association of parallel measurements with parallel excitations. In the following, the excitation strategies are classified into two categories that represents two important concepts for EIT and more generally for ET. These concepts are Time-Division Multiplexing (TDM) and Frequency Division Multiplexing (FDM).

This section firstly introduces the concept of multiplexing in Section 1.4.1. Then, TDM is introduced in details in Section 1.4.2 with a bibliography of ET systems based on this strategy in Section 1.4.3. Following an introduction on FDM in Section 1. 4.4 with examples of ET systems reported in the literature in Section 1.4.5. We will see the advantages of FDM and why do I have considered this approach in the present study.

Multiplexing

Most of the data-communicating devices typically require a modest amount of data. The communication media usually have a much more effective bandwidth and are used far below their capacities. Moreover, in EIT the data coming from many electrodes compete to access the network and some techniques are essential to use efficiently the datalink.

In the situation where the datalink bandwidth can support all the individual channels Mathieu Darnajou, PhD Thesis, October 2020 to be transmitted, the datalink medium can be shared by more than one channel. This process of using several channels on the same datalink is called multiplexing. Several techniques of multiplexing are available to make the most effective use of the datalink bandwidth capacity. For efficiency, the datalink capacity is shared among a number of communicating sub-links. The most common use of multiplexing is in long-haul communication using coaxial cables, microwave and optical fibers [START_REF] Kharagpur | Data Communication Fundamentals, Module 2[END_REF].

The general function of multiplexers is illustrated in Figure 1.7. The multiplexer combines the data from n channels and transmit them through the datalink which have a high capacity. In EIT, the channels are the links to the individual electrodes. The combined data can be then demultiplexed at another end to deliver to the appropriate output lines. Several techniques for multiplexing can be categorised in the two following types:

• Time Division multiplexing (TDM) consists in a time separated distribution of the channels into the datalink. This technique is commonly used for multiplexing of digitised stream. Each channel uses exclusively the datalink for a short burst of time.

• Frequency Division multiplexing (FDM) is widely used in radio and TV transmission. The technique consists in divising the frequency spectrum into several logical channels. Each channel has the exclusive possession of a particular frequency band.

The following sections details these two techniques. For each technique, we will overview examples on corresponding ET systems and their performances in term of imaging rate.

Time Division Multiplexing (TDM)

TDM operates with the same frequency at different times. A composite base band signal is formed by an electronic commutator sequentially samples and combines all channel data sources. The composite signal travels through the datalink and is demultiplexed into independent channels with the appropriate timely identification.

During the multiplexing operation, the data is briefly buffered as each buffer is one bit or one character length. The buffers are scanned sequentially to form a composite stream of data from the incoming channels. The scanning operation is fast enough to empty the buffer before the multiplexer re-fill it with new data. Therefore, to assure that Mathieu Darnajou, PhD Thesis, October 2020 all the data is transmitted, the composite data rate must be at least equal to the sum of the individual data rates. The TDM multiplexing operation is illustrated in Figure 1.8. A fundamental task is the synchronisation of the transmission sampling. To do so, one synchronising pulse of time t p is sent in each cycle along with the sampled pulses. These data pulses together with the control information form a frame where each frame contains a cycle of time slot t f . In each frame, one or more time slots t s are dedicated to each source channel. The composite signal in TDM has the disadvantage of including dead times between the successive packets t s d and between the successive frames t f d . This is mandatory to prevent inter-channel cross talks. The frame rate R T DM is then .82) assuming that the dead time is of same length between all packets. In TDM, the maximum frame transmission rate is at least equal to the data rate of the sources. In this technique, the time slots are transmitted to the datalink even if there is no data to send in a particular channel. For this reason the technique explained above is also called synchronous TDM since each time slot is preassigned to a fixed source. This effect can result in wasted channel capacity depending on the nature of the data to transmit. An efficient alternative consists in dynamically allocating the time slots on demand to separate input channels. This alternative is called asynchronous TDM.

R T DM = 1 t f + t f d = 1 n i=1 t s i + nt s d + t f d , ( 1 

High rate ET based on TDM

As in Section 1.3.1 and Section 1.3.2, the time of measurement and performances depends greatly on the excitation strategy. In TDM, the successive measurements implies that increasing the number of independent measurement (i.e. improving the description of boundary conditions) necessarily increases the time.

A disadvantage of TDM is the error imposed by the contact impedance. At the time where the multiplexer switches the curent injection to another electrode, the residual voltage potential on the previous electrode source decays with AC coupling time constant. This effect appears at the electrode/electrolyte interface and has been modelled in [Pollak, 1974,Wang andMa, 2006]. In most systems, the DAQ procedure would wait the parasitic effects to fade off before starting a new excitation. This process imposes dead times Mathieu Darnajou, PhD Thesis, October 2020 between each excitations, and reduces greatly the DAQ rate, especially in data taking strategies containing a large number of measurements. In [Wang, 2005], the Authors reports to use a direct coupling, a higher order filter or a clamping and discharging circuit.

Several high-speed EIT systems of hundreds of fps have been proposed in the literature. In [START_REF] Halter | A broadband high-frequency electrical impedance tomography system for breast imaging[END_REF], a multichannel architecture system was presented, containing a control module that manages and synchronises 64 channels capable of generating and measuring voltages and currents. The system was able to collect 182 frames per seconds when acquiring 15 spatial patterns with a Signal-to-Noise Ratio (SNR) from 65.5-96 dB when averaging the signal from 32 samples.

A high performance EIT system is reported by Leeds University [Wang et al., 2005]. The originality of this system is explained by the parallel acquisition of voltage measurements on all 16 channels while using the TDM with an AC sinusoidal current injection. The article reports the use of a novel Over Zero Switching (OZS) scheme which is implemented to limit the transient effects caused by residual potentials arising after the multiplexers switch. The OZS consists in controlling the operation of the multiplexers at the peak value of the current to limiting the amplitude of the transient potential. However, OZS does not reduce its decay time. The measurement is required to capture at least one full period of a sinusoidal signal waveform. The reconstruction of the complex impedance requires at least 4 points per period, imposing that the upper limit of the excitation frequency is a quarter of the sampling frequency. The DAQ rate is reported to be up to 1164 fps with the adjacent data collection strategy.

Another high frame rate EIT system is reported by Cape Town University in [START_REF] Wilkinson | A 1000-measurement frames/second ERT data capture system with real-time visualization[END_REF]. The technique uses a DC current pulse to generate the excitation signal. The novel idea of this system is to measure the differential potential between the positive and negative half-cycles. This process cancels out the transient potentials and results in a double-layer capacitance and solution interface. As in [Wang et al., 2005], the systems is reported with parallel data sampling over all measurement channels. The cross data collection strategy is used, with 14 excitation patterns per frames to reach a rate of 1000 fps.

An interesting system is the "Prototype pour Mesures Electriques par Tomographie" (ProME-T, French) [START_REF] Dupré | Developement of a prototype device for imaging two-phase flows via electrical impedance tomography[END_REF], Dupré et al., 2017a,Dupré, 2017] EIT system developed by the French Alternative Energies and Atomic Energy Commission (CEA). This system uses a complex multiplexing strategy using two multiplexers to operate the full-scan excitation strategy. The measurement are simultaneously taken on the adjacent pairs of the 16 electrodes. Its design was conceived for a maximal acquisition frame rate of 833 fps with for each image, a total of 1960 data points.

Another EIT system proposed in [START_REF] Khan | Fpgabased voltage and current dual drive system for high frame rate electrical impedance tomography[END_REF] allows capturing over 100 frames per seconds with a SNR of 90 dB when averaging the signal.

Concerning ECT, several systems were also reported in [Wang et al., 2005, Cui et al., 2011, Morales et al., 2015] with high frame rate. In particular, a system called EVT4 is Mathieu Darnajou, PhD Thesis, October 2020 reported in [START_REF] Kryszyn | Architecture of evt4 data acquisition system for electrical capacitance tomography[END_REF] with a design claiming to provide 10000 fps. However, only 30 fps have been demonstrated with 16 electrodes.

All these systems have in common that high speed is reached at the price of a small number of electrodes, a partial scanning strategy, or short measurement times.

Frequency Division Multiplexing (FDM)

By opposition with TDM, the data-link available bandwidth in FDM is subdivided into several smaller spectral bands which are independent frequency channels. Each band carries an independent message signal. These signals are injected into a frequency band thanks to modulation techniques, which are combined by the multiplexer by a linear summing operation (Figure 1.9). The resulting composite signal is transmitted through the single datalink and discriminated by a process called demultiplexing. The carriers used to modulate the individual signals are called sub-carriers, as shown as f 1 , f 2 , ..., f n in the top right of Figure 1.9. In the receiving signal (Figure 1.10), the sub-carriers are separated with a bank of band-pass filters into their individual frequency channels. After each filter, the output is then demodulated and distributed to the output channels. The channels in the composite signal must be separated by strips of unused bandwidth, called guard bands, to prevent inter channel cross-talk. The analogy of the guard bands are the dead times in TDM. The advantage here is that guard bands do not increase the measurement time. The frame rate in FDM is simply given by:

R F DM = f 1 , (1.83)
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where f 1 is the lowest frequency band. This frequency depends on the performances of the DAQ system and can be very high by comparison with R T DM . The main application of FDM can be found in radio broadcasts and TV communications. Each radio or TV channel in a certain broadcast area is allocated to a certain frequency band, so that several independent channels can be transmitted simultaneously. For example, the AM radio uses 540 to 1600 KHz and the FM radio uses 88 to 108 MHz frequency bands. The receiving user applies a filter in a particular frequency band to choose a channel.

Another example of FDM is the telephone. The typical telephone cable has a frequency bandwidth of 48 KHz in the 70 to 108 KHz range. Considering that the frequency band used for voice transmission in telephone network is 4 KHz, twelve sub channels can be carried by the telephone cable.

Another concept close to FDM is Wavelength Division Multiplexing (WDM) for optical signal transmission in optical fibres. The concept of combining different frequency signals is the same, however in WDM, the implied frequencies are very high. The bands of light channels in the combined signal are very narrow, and are multiplexed with a prism. At the receiving end, another prism is used to decompose the signal.

Multi-Frequency (MF) and FDM for high rate ET

FDM is based on the generation of MF excitation signals. We will first overview ET systems in which MF operations is considered. Then we will focus on the specific use of FDM for EIT.

MF ET systems

Numerous ET systems have been developed based on a MF excitations and measurements. These techniques do not necessarily use FDM, but depending on the applications, the effects of MF on the system response can give additional information on the measurement.

MF EIT has been used in reconstructing the distribution of conductivity of the region of investigation by fusing the spatiotemporal data of tissue conductivity measured at different frequencies [START_REF] Osterman | Multifrequency electrical impedance imaging: preliminaryin vivoexperience in breast[END_REF], Wi et al., 2014, Malone et al., 2014, Zhou et al., 2015, Yang and Jia, 2017, Goren et al., 2018]. In ECT, simultaneous excitation strategies have been applied in multiphase flow studies [START_REF] Wang | New progress of the digital electrical capacitance tomography system for gas/liquid two phase flow[END_REF],Yang and Peng, 2013, Zhang and Soleimani, 2016[START_REF]A novel multi-electrode sensing strategy for electrical capacitance tomography with ultra-low dynamic range[END_REF]. MF tomography has been used in tomographic applications involving other sensor modalities, e.g. magnetic induction, acoustic and acousto-optic modalities. [START_REF] Wu | Multifrequency backscattering tomography for constant and vertically varying backgrounds[END_REF], Scharfetter et al., 2008, Donadio et al., 2008].

Besides, MF bioelectrical impedance analysis [START_REF] Baumgartner | Estimation of body composition from bioelectric impedance of body segments[END_REF], Salmi, 2003, Utter and Lambeth, 2010,Palle et al., 2016] was introduced mainly in medical applications and especially in sports medicine. Multiple frequency bioelectrical impedance analysis was used in obtaining bioimpedance data at several different frequencies for quantification Mathieu Darnajou, PhD Thesis, October 2020 of extracellular water at low but spot frequencies (1.0 kHz and 5.0 kHz), and total body water at higher spot frequencies (100 kHz, 200 kHz, or 500 kHz). Bioimpedance spectroscopy presented in the same study for bioimpedance measurements across a range of frequencies (5 kHz -1000 kHz).

An interesting study describing numerical techniques relevant for anomaly distribution using MF EIT is presented in [START_REF] Ammari | Numerical determination of anomalies in multifrequency electrical impedance tomography[END_REF].

In all MF systems described above, the purpose is somewhat different from our topic of increasing the imaging rate by improving the DAQ strategy with MF.

FDM for EIT systems

By opposition to TDM, increasing the number of measurements in FDM does not directly increase the measurement time but the number of involved frequencies. There is few example of FDM applied to EIT in the literature. To the best of my knowledge, the following content is an exhaustive bibliography on EIT studies that considers the implementation of FDM.

The concept of FDM in EIT applications was introduced in [Teague, 2002] with the use of a dual-plane impedance tomography system to calculate the individual mass flow rates of the components in an air-gravel-seawater mixture. A dual-plane 16-electrode FDM impedance tomography system has been developed that operates at an online real-time frame rate of approximately 280 fps for a two-phase image reconstruction or three-phase volume fraction prediction. In this system, 8 electrodes have been used for excitation and the 8 others for measurement. In this work, it has been shown that this technique provides a means for performing online real-time reconstructions at a far higher frame rate than standard TDM EIT systems with minimal loss in resolution for a given number of electrodes. Subsequently, it enables tomography to be used in industrial applications where previously the limited frame-rates of tomography systems were a hindrance, such as online multi-phase flow meters.

In [START_REF] Granot | Frequency-division multiplexing for electrical impedance tomography in biomedical applications[END_REF], a similar excitation strategy based on FDM is considered. The interest of FDM in this particular biomedical applications is that using different frequencies has important implications due to dispersions as the tissue's electrical properties change with frequency. The study includes a noise analysis, image reconstruction comparison with simulation, and confrontation of the results with time division multiplexing EIT and trigonometric excitation strategy. A prototype was built and tested to show that the method with FDM can give results that are comparable with TDM methods. The prototype contains 16 electrodes where 8 are used for current injection and 8 others for voltage measurement. The excitations are seven sinusoidal signal waveforms of seven frequencies, imposed on seven excitation electrodes while the remaining one is grounded. The conclusion confirms that it is possible to inject several currents concurrently, even within a narrow frequency band, and still separate them and treat them independently.

In [START_REF] Dowrick | Phase division multiplexed EIT for enhanced temporal resolution[END_REF], Phase Division Multiplexing (PDM) is used where multiple out of phase signals can be injected at each frequency and investigated to increase temporal resolution. TDM, FDM and PDM were compared in head tank experiments, Mathieu Darnajou, PhD Thesis, October 2020 to compare transfer impedance measurements and spatial resolution between the three techniques. The temporal resolution presents improvement of an order of magnitude the TDM approach, and the approach addresses the limited spatial resolution of FDM by increasing the number of simultaneous EIT injections, reducing the spectral band of the combined data.

The hardware and software used along with the hardware-software integration in these MF EIT, ECT, other tomographic applications and bio-imepedance measurements set-up are somewhat different to those presented in this thesis since they do not answer our main problematic of significantly increasing the imaging rate. This objective requires to simultaneously measure a large number of independent measurement. Therefore to valid the discriminability of several signals simultaneously imposed on a single electrode.

In [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF], a proof-of-principle experiment predicted the feasibility of the demodulation of simultaneous excitations on a single electrode with respect to their frequencies, based on a four-electrode EIT system. The study reports a novel concept for soft-field tomography, building upon the Multiple-excitation multiple-receiving capacitance tomography technique and the fully simultaneous excitation principle.

The method is called ONE-SHOT, for ONe Excitation for Simultaneous High-speed Operation Tomography and will be detailed in Chapter 3. Using "off-the-shelf-modules", a dedicated hardware is designed allowing for simultaneous excitation of all electrodes with linear superposition of multiple sinusoidal waves at different AC frequencies and simultaneously monitoring the current in the sensing resistors. Digital demodulation of sampled signals is proposed to extract the frequency components of interest in the system response. As compared to the sequential excitation technique, an increasing number of samples is available for digital demodulation leading to considerable reduction in the effects of white noise in the system response. The real breakthrough in the proposed signal processing methods is the simultaneous excitation of all electrodes at once, which improved suppression of transients in high-speed operation. The ONE-SHOT method consists in single excitation pattern that can be set continuously, thereby eliminating problems due to contact impedance and transients in many high-speed EIT applications.

The benefit of the method regarding the insensitivity to transients has been further analysed with SPICE circuit simulation models in [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF]. While high speed operation with the TDM method can be strongly affected by transient voltage bias caused by contact impedance, the ONE-SHOT method is insensitive to transients since the excitation is set continuously. However in this preliminary work, the Authors reports that the SPICE simulation results with the ONE-SHOT method are unstable. The most probable reason is the spectral leakage during DFT computation. Estimates based on averaging were used to compensate the numerical artefacts. 
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EIT System -Electromagnetic Modeling and Simulations

The research presented in this work focuses on the non-invasive measurement of fastly evolving two-phase flows in an hydraulic loop with EIT. The EIT sensor (Figure 1.4) is a cylinder that is plugged in the loop. it includes one or several rings of electrodes. When designing an EIT sensor, the requirements relative to the pipe itself (diameter, length, connection...) must fit in the measurement position that is imposed or chosen at the very beginning of the experiment. Another task in designing an EIT detector concerns the determination of the physical characteristics of the electrodes. Furthermore, the robustness of the device (material, thickness, deformation...) considers the environment (pressure, temperature, chemistry, radioactivity...) inside and outside the pipe. In any cases, it is required for the interior layer of the pipe in the EIT system to be insulated to avoid perturbing the measurement...

All the parameters concerning the physical dimensions of the EIT sensor can be divided into the following three categories.

The first category of parameters concerns the fundamental constraints of the experiment. These constraints are imposed at the very beginning since they correspond to the experimental context. More precisely, they are given by the characteristics of the thermohydraulic loop in which I plan to install the EIT sensor. These parameters are:

• the diameter of the pipe D,

• the length of the test section L EIT ,

• the temperature,

• the electro-chemical characteristics of the flow, including its real electrical conductivity σ.

Another parameter that is not necessarly included is the electromagnetic noise in the laboratory. The dimensioning of the sensor itself is not affected directly by this parameter but it can imply discussions on the length of the cables or the necessity for shielded signals.

The second category of parameters concerns the software integration for the image reconstruction. These are:

• the number of degrees of freedom,

• the Geometric features (Smaller on the boundaries, Adaptive, ...).

There is other parameters that belongs to this category such as the reconstruction method, the regularisation parameter α... This Chapter focuses on the hardware dimensioning and not determination of these other parameters. The literature reports a wide variety of methods for the reconstruction [START_REF] Mueller | Linear and Nonlinear Inverse Problems with Practical Applications[END_REF].

Finally, the third category of parameters concerns the load specifications for the EIT sensor itself. These are:

• the material (electrodes and insulated layer)

• the number n e of electrodes,

• the angular size of the electrodes,

• the length L E of the electrodes, Since the electric potential is imposed during measurements, the image reconstruction quality is a-priori optimised with the largest area of the electrodes.

In this chapter, simulations with two different softwares are used to find the optimal parameters for the sake of increasing the measurement performances. The Section 2.1 is an introduction to the softwares and methods used along this chapter. Section 2.2 contains the first approach to determine some dimensioning parameters. Section 2.3 relates the apparition of a leaking current from the electrodes to the neighbouring pipes elements in the thermo-hydraulic loop. A simulation of the leakage of current at electrodes was used to find the adequate length of the electrodes that maximises the energy at their surfaces. Section 2.4 introduces the sensitivity map of the EIT measurements and validates the Mathieu Darnajou, PhD Thesis, October 2020 Simulation softwares results with an independent computation approach. Finally, Section 2.5 presents the preliminary results for the integration of current leakage effects on the sensitivity in a 3D simulation.

Simulation softwares

This section is a short overview of the softwares used for the following numerical simulations. Firstly, a software specially used for EIT simulations is introduced in Section 2.1.1. Then, a C++ software based on the Finite Element Method (FEM) is presented in Section 2.1.2. Finally, a fundamental mathematical tool for numerical simulation, the weak formulation of equations, is explained in Section 2.1.3 with a practical example.

EIT reconstruction software

The results obtained in the following Section 2.2 are based on EIDORS for Electrical Impedance and Diffuse Optical tomography Reconstruction Software, a code for EIT simulations. EIDORS provides software algorithms for forward and inverse modelling for EIT and diffusion based optical tomography, in medical and industrial settings. It aims to solve the following problem [START_REF] Barber | Applied potential tomography[END_REF] : By applying a current on the surface S of a body B and measuring the induced voltages at the surface, reconstruct the image of the conductivity inside the body.

The original version, EIDORS V.1 [START_REF] Vauhkonen | Tikhonov regularization and prior information in electrical impedance tomography[END_REF], Vauhkonen et al., 2001], is implemented as a package for two-dimensional mesh generation on MATLAB, solving the forward problem and reconstruction to display the images. A three-dimensional mesh generation, EIDORS3D, has been implemented in [START_REF] Polydorides | A matlab toolkit for three-dimensional electrical impedance tomography: a contribution to the electrical impedance and diffuse optical reconstruction software project[END_REF]. The last version, EIDORS V.3 [START_REF] Adler | Uses and abuses of EIDORS: an extensible software base for EIT[END_REF], provides features that are detailed in Appendix II.

Finite element method in C++

The numerical calculations performed in the following Section 2.3, Section 2.4 and Section 2.5 uses the C++ open source software FreeFEM++ [Hecht, 2012] for Free Finite Element Method in C++. This freeware uses the FEM to solve partial differential equations numerically. It is not a package but an integrated product with its own high level programming language. This software runs on all UNIX OS (with g++ 3.3 or later, and OpenGL) , on Window XP, Vista and 7,8,10 and on MacOS 10 intel.

The strongness of FreeFEM++ is its high adaptability to handle arbitrary finite element spaces and adapt meshes. It is suitable to simulate the phenomenology of electromagnetism in EIT. The characteristics of FreeFEM++ are detailed in Appendix III.

Weak formulation in a finite element space

The design of FreeFEM++ requires the problem to be expressed in its variational or weak formulation. The weak formulation of equations is an important tool for the mathematical analysis. It permits to extrapolate concepts from linear algebra to solve a wide variety of problems in other fields such as diferential equations.

The weak formulation consists in expressing a weak solution with respect to a test function, or test vector. Let V be a Banach space and let us consider the equation

Au = f (2.1)
where

A : V → V , f ∈ V and V the dual of V . Finding a solution u ∈ V in (2.1
) is equivalent to find u ∈ V such that for all test function, or test vector v ∈ V holds:

[Au](v) = f (v). (2.
2)

The weak formulation on its generic form consists in finding u ∈ V such that

a(u, v) = f (v) ∀v ∈ V. (2.3)
with a(u, v) the bilinear form defined as:

a(u, v) = [Au](v). (2.4) 
As an example, let's consider the Poisson problem

-∇ 2 u = f, (2.5)
on a domain Ω ⊂ R d with u = 0 on its boundary. The weak formulation uses the L 2 -scalar product

u, v = Ω uvdx. (2.6)
Testing with differentiable function v gives:

-

Ω (∇ 2 u)vdx = Ω f vdx. (2.7)
By integrating by parts, using the Green identity and assuming that v = 0 on ∂Ω, we get the weak formulation of Poisson's equation:

-

Ω ∇u • ∇vdx = Ω f vdx. (2.8)
The generic form is obtained by:

a(u, v) = Ω ∇u • ∇vdx (2.9)
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and f (v) = Ω f vdx. (2.10)
In FreeFem++ the variational formula is directly input in the code, defined in a finite element space.

A finite element space V h is a space of polynomial functions on elements, here triangles, with certain matching properties at edges, vertices etc. In FreeFEM++, V h is the space of continuous functions which are affine in x, y on each triangle T k with k = 1, ..., n t and n t the number of triangles. V h has certain matching properties at edges or boundary conditions. As it is a linear vector space of finite dimension, basis can be found. The canonical basis is made of functions, called the hat functions φ k which are continuous piecewise affine and are equal to 1 on one vertex and 0 on all others. Then,

V h (T h , P 1 ) = w(x, y) w(x, y) = D k=1 w k φ k (x, y), w k ∈ R (2.11)
where T h refers to the family {T k } k=1,...,nt , D is the dimension of V h , i.e. the number of vertices. The w k are called the degree of freedom of w and D is the number of the degree of freedom.

In (2.11), P 1 refers to the behaviour of the continuous functions at the edge of the triangles [Hecht, 2012]. Among a long list of available functions given in Appendix III, the balance between satisfactory images and computational speed were found by using P2 continuous piecewise quadratic functions.

EIT images with several configurations

In the following, EIDORS is used in order to simulate the first approach for reconstructing an image from impedance measurement. In the following analysis, the images of several flow patterns are reconstructed using several designs and number of electrodes to compare them. An example of script used in the following can be found in Appendix II. The analysis presented in this Section 2.2 was accomplished during the very first few months of the PhD as a way to understand the behaviour of EIT under different configurations. The results are known matter in the field of EIT and not necessary used in the rest of this work.

In Section 2.2.1, the simulation with several number of electrodes shows the differences on the expected image reconstruction. The Section 2.2.2 is an analysis on the mesh design and density to reconstruct the image. Finally, the effects of noise on the EIT data is investigated in Section 2.2.3.

Adequate number of electrodes

As discussed in Section 1.3, a large number of measurements is required to well condition the inverse problem for an accurate and stable solution. Consider an EIT Mathieu Darnajou, PhD Thesis, October 2020 device containing a set of n e electrodes. The maximum number of measurements is: (2.12) where N is the total number of independent excitation pairs, i.e.:

M = N × n e ,
N = n e (n e -1) 2 .
(2.13)

As M ∼ n 3 e , the dataset size increases rapidly as the number of electrodes increases. One can expect that larger values of the parameter n e lead to images of better quality.

To evaluate this, synthetic data of several flow patterns with EIT sensors containing n e = 8, 16, and 32 electrodes are computed with EIDORS. The data are associated with an image based on the linear back projection reconstruction algorithm (Section 1.3). This non-iterative method projects the set of voltage variations [δV n ] between homogenous and an inhomogeneous conductivity data onto the maps of conductivity change δσ(x) with a set of sensitivity coefficients S calculated with a linearised version of the inverse problem [Kotre, 1993].

In the simulations of Figure 2.1, the domain is filled with homogenous water of conductivity 0.5 S.m -1 with the addition of steam bubbles of conductivity 1 × 10 -5 S.m -1 . Three patterns are represented in the figure. The number of measurements is M = 224 for n e = 8, M = 1 920 for n e = 16, and M = 15 872 for n e = 32. For every pattern, increasing n e improves the image quality, as expected. However, the situation n e = 32 does not give much more accuracy than n e = 16, even if the number of measurements is multiplied by more than eight.

In the following Chapter 3, Chapter 4 and Chapter 6, a high frame rate EIT system is created and brings an important amount of data. From the result of Figure 2.1, the balance between high image accuracy and low data size led to develop an EIT system with a specific number of 16 electrodes. According to (2.13), the full set of excitations for an EIT system of 16 electrodes is N = 120.

Mesh generation

We are now interested in the mesh refinement effects on the image. In this Section, an air bubble in water is simulated with different mesh refinements using EIDORS in EIT sensors containing 16 electrodes.

The function MK_COMMON_MODEL creates mesh for common EIT FEM models (Figure 2.2). By using this function, the user do not need to re-write common code. The input parameters are: In the last, c are models with point like electrodes and C use the complete electrode model, with two nodes per electrode. The code also provides thorax model for medical application as well as 3D models.

• a-j → Mesh density • 2d → 2D Distmesh model • 0-4 → element refinement • c or s → Circular or square model.
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Mesh density

The following 2D circular models with 16 electrodes were simulated with a bubble of size 0.1D with D the inner diameter of the pipe. Several mesh densities are investigated as listed in Table 2.1. The Figure 2.3 shows the real image and the reconstructed image for several mesh densities. As discussed in Section 1.3.1, the number of patterns for the full-scan is equal to the number of independent measurements and is given by (2.13). The target number N of mesh elements is 120 in the case of Figure 2.3, with 16 electrodes. The other images with higher mesh refinement shows smoother variation at the periphery of the bubble. In fact these images overdetermine the problem since there is more mesh elements than independent measurement. The image may be smoother but actually, the Mathieu Darnajou, PhD Thesis, October 2020 results brings no additional information on the bubble position and shape. Furthermore, a higher number of degrees of freedom elements increases the reconstruction time.

On the other hand, a number of simulated mesh smaller than N , results in a loss of informations. The design target should be a number of degrees of freedomh as close as possible to N .

Finally, another result of the simulation concerns tiny bubbles. It is observed that with 16 electrodes, the size of the smallest detectable objet is 0.05D.

Mesh design

The geometric features of the mesh that indicates the conductivity is also important. It will be introduced in Section 2.4 that the measurement is more sensitive near the boundary. Therefore, it is preferable to take smaller mesh elements on the edge of the domain. On the other hand, the mesh elements cannot be taken too small [START_REF] Cheney | Noser: An algorithm for solving the inverse conductivity problem[END_REF]]. In the case where an element is significantly smaller than the smallest Mathieu Darnajou, PhD Thesis, October 2020 detectable object, then several conductivity distributions will result in the same data and the reconstruction problem may have several solutions: it may be badly conditioned. -On the left, system with mesh size independent of the radius. On the right, mesh refinement on the edges, where the sensitivity is higher.

In Figure 2.4, two mesh designs were chosen and compared to reconstruct the image of an air bubble in water with an EIT sensor containing 16 electrodes.. The liquid phase in the bottom is considered with an arbitral conductivity of σ = 0.5 S.m -1 and the gas phase with σ = 1 × 10 -5 S.m -1 . The first simulation were created with 2635 elements and constant mesh density over the pipe radius, the second simulation contains 3270 elements with a density gradient. The image in the second design shows a better contrast.

Effects of noise on simulated EIT data

Let's now consider the case where we apply on the electrodes a set of current I 1 , I 2 , ... ,

I k with I k = (I k 1 , I k 2 , ..., I k L ).
If we knew the conductivity, we could compute the voltages that would be produced by the applied current pattern.

Unlike in the numerical simulation, the signals at the electrodes during real acquisition are much more chaotic, the signal at fundamental frequency is overlapping with higher order harmonics, background noises, etc. To assess the strength of noises, two parameters with a unit of decibels (dB) are introduced: Total Harmonic Distortion (THD) and Signal to Noise Ratio (SNR).

T HD = 10 • log 10 P fundamental freq.

P higher order harmonics . The graph of SNR/THD changing with signal amplitude (Figure 2.5) were obtained [START_REF] Dupré | Electrical capacitance-based flow regimes identification: Multiphase experiments and sensor modeling[END_REF] after analysing the signals of various amplitudes measured on the 16 channels at f exc = 5kHz. In this experiment, the results are obtained using the hardware that will be detailed in Chapter 3. As we can see, the fundamental signal power is far lower than the noise. While according to [START_REF] Dupré | Electrical capacitance-based flow regimes identification: Multiphase experiments and sensor modeling[END_REF], most of the noises can be Mathieu Darnajou, PhD Thesis, October 2020 In this simulations, four different levels of SNR noises (different values of standard deviation) are added to the signal, that is, 1 dB, 5 dB, 10 dB, 20 dB (n dB noise means that the noise power is 10 n 10 times of the fundamental signal power). A number of electrodes n e =16, 32 and 64 with adjacent excitation and measurement strategy are set up, some results are showed in Figure 2.6. As we can see, for all cases the quality of the reconstructed image is strongly affected by noise, and with a higher number of electrodes, the reconstructed image is robuster with noise. With 10 dB noise, 16 electrodes cannot give a distinguished bubble at default bubble position, while for 64 electrodes the default bubble is reconstructed even at 20 dB noise. As to 3 bubbles cases, the same results can be obtained as shown in Figure 2.7. Besides, from [START_REF] George | Validation of electrical-impedence tomography for measurements for material distribution in two-phase flows[END_REF], the ill-conditioning of the case and sensitivity to noise are increasing with the number of electrodes, so more investigations is necessary when applying a high number of electrodes.

Leakage of current

In the introduction of this chapter, the parameters concerning the physical dimensions of the EIT sensor were divided in three categories. The parameters of the first category are imposed by external constraints. The parameters of the second category are implemented in the software. The third category contains free parameters and corresponds to the load specifications for the EIT sensor itself.

The material of the EIT sensor must consider the experimental conditions. In this thesis I have used Poly(methyl methacrylate) (PMMA) for low pressure and low temperature experiments and stainless steel with a Polyetheretherketone (PEEK) inner layer for insulation in high pressure and high temperature experiments. The material for the electrodes is stainless steel. The number of electrodes were discussed in Section 2.2. In the following simulations, I compare the cases with n e = 4, 8, 16, 32 and 64 to generalise the results. The angular size of the electrodes have to be as large as possible but small enough so they do not overlap.

The remaining parameter is the length L E of the electrodes. Previous studies [START_REF] Gisser | Theory and performance of an adaptive current tomography system[END_REF], Gisser et al., 1990] have shown that the electrodes of the EIT system on which the current (or voltage) is imposed should fill as much of ∂Ω as possible. Therefore, the electrodes have to be as long as possible in order to maximise the sensitive surface area. Nevertheless, in the case of industrial tomographic imaging, the EIT detector is commonly installed in an electrically conducting stainless pipe circuit as shown in Figure 2.8. Therefore, the electric potential induced by excitation electrodes E exc 1 and E exc 2 can be affected compared with the situation of a non-conductive pipe system. Namely, the conductive pipes upstream and downstream (Figure 2.8) are expected to induce a leakage of current. In Section 2.3.1, the utilisable energy is introduced. To estimate this quantity, the leaking current is quantified for several length of electrodes in Section 2.3.2. Furthermore, the maximum of energy is estimated for an adequate lengths of electrodes in Section 2.3.3. Finally, the Section 2.3.4 generalises the results with the introduction of the form factor.

The utilisable energy

Mathematically, the leakage of current should not affect the measured potential ∆V between two measurement electrodes E meas 1 and E meas 2 . Instead, is spreads the total electrical energy E Ω over the system Ω of volume V Ω with: .16) where the length L tot of the system Ω is arbitrarily set so the electrical energy goes to zero on the right and left boundaries, considered infinitely far away. The Figure 2.9 is an illustration of this phenomenon. The total electrical energy is defined as:

V Ω = L tot × π D 2 2 , ( 2 
E Ω = 1 2V Ω Ω σ |∇u| 2 dx. (2.17)
This energy is given to the system through the two excitation electrodes E exc 1 and E exc 2 . The Ohm's law:

j(x) = σ(x)∇u, ( 2.18) 
gives the following form to the total electrical energy:

E Ω = 1 2V Ω Ω j • ∇u (x)dx. (2.19)
Integrating (2.19) by parts gives:

E Ω = 1 2V Ω ∂Ω j • n u ds - Ω (div j) u dx .
(2.20)

In the other hand, the conservation law specifies that:

divj = 0, (2.21)
and associated with (2.20) gives the definition of E source , the source energy:

E Ω = 1 2V Ω Eexc 1 ∪Eexc 2 j g • n u dx ≡ E source . (2.22)
Here, the integral is computed over the union E exc 1 ∪E exc 2 of the surfaces of the excitation electrodes because the surface current j • n is zero on the insulated areas and on the measurement electrodes. On the other hand, the potential u is zero on grounded areas. Therefore, j g is defined as the given current from the excitation electrodes E exc 1 and E exc 2 to the system, j g being the cause of the source energy E source which is an important Mathieu Darnajou, PhD Thesis, October 2020 quantity because measurable in the experiment.

The interest here is to quantify the electrical energy in the sensitive region Ω E of volume V Ω E , defined similarly as in (2.16), but delimited on the z-axis of cylindrical coordinates by the electrodes of length L E :

V

Ω E = L E × π D 2 2 .
(2.23)

The energy in the electrodes region is then:

E Ω E = 1 2V Ω E Ω E σ(x)|∇u(x)| 2 dx, for - L E 2 ≤ z ≤ + L E 2 , (2.24)
with the origin taken at the center of the EIT detector. Here, u ∈ H 1 (Ω), the Sobolev space of field of finite energy in Ω, then u and ∇u are square integrable. Therefore, the energy E Ω (and likewise for E Ω E ) is finite:

||u|| H 1 (Ω) = Ω (|u(x)| 2 + |∇u(x)| 2 )dx 1/2 < +∞, (2.25) then, E Ω < +∞.
The relation between E Ω and E Ω E is expressed, considering two subdomains of Ω: the sensitive region Ω E of length L E delimited by the electrodes (Figure 2.8) and the remaining region, not directly contributing to the measurement, Ω\Ω E (i.e. Ω without Ω E ). Starting from the definition of E Ω in (2.17):

E Ω = 1 2V Ω V Ω E V Ω E Ω σ|∇u| 2 dx. (2.26)
By respect with (2.24),

E Ω = V Ω E V Ω E Ω E + 1 2V Ω E Ω\Ω E σ|∇u| 2 dx , (2.27)
and considering (2.16) and (2.23),

E Ω = L E L tot (E Ω E + E lost ) = E source .
(2.28)

Where E lost = 1 2V Ω E Ω\Ω E σ|∇u| 2 dx, (2.29)
is called the lost energy because it is not located within the sensor region, it does not directly contribute to the EIT measurement. In addition, the energies defined above verifies the following:

E Ω E ≤ E source , and E lost ≤ E source .
(2.30)
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Finally, the following relation can be deduced from (2.28):

1 = U(α) + L E L tot E lost E source , (2.31)
with the introduction of the function of dimensionless utilisable energy U(α):

U(α) = α L EIT L tot E Ω E E source , (2.32) and α = L E /L EIT . (2.33)
To assess why a decrease of U(α) affects the measurement, it is necessary to clarify how ∆V is probed without affecting the Dirichlet conditions. This implies that the current at the surface of measurement electrodes j m must be significantly smaller than the given current: |j m | |j g |. To do so, the probe uses a very high resistance R m 1/σ t where σ t is the electrical conductivity of the typical liquid phase inside the system Ω. Considering R m large enough, the measurement circuit current j m is not zero, but very low in comparison with the current between E meas 1 and E meas 2 passing through Ω. If U(α) decreases, ∆V remains theoretically the same, but j m (which is already low) decreases as well, altering significantly the measurement accuracy.

Quantification of the leakage of current

In the following, I consider the case of the EIT detector that fits the PKL primary circuit, between the Reactor Pressure Vessel and the Steam Generator. This application will be discussed in Chapter 5. The interior diameter D of the pipe is 128.20 mm, the exterior diameter is 286 mm and the EIT sensor length L EIT is 170 mm. Nevertheless, the numerics developed for this paper and the corresponding results can be conveniently adapted to any size.

The first step in order to quantify the energy is to estimate the current leakage. A 3D approach have shown that 3D simulation is computationally heavy and not necessary to quantify the leakage: a 2D model is applied. The Figure 2.10a. and b. shows the plan of two chosen excitation electrodes (E exc 1 and E exc 2 ), simulated using FreeFEM++. The boundary conditions are the following:

1. On E exc 1 and E exc 2 : u(x) = ±1 V. 2. On the insulated border: j • n = σ(x)∇u • n = 0 A.
3. On the grounded border: u(x) = 0 V. 4. The left and right borders are taken sufficiently far away in order to not perturb the field j(x) in the simulation domain.

All over

Ω: σ(x) = 1 S.m -1 .
The iso-potential regions for this excitation are shown in Figure 2.10c. The current J E passing through one unit of the surfaces S exc 1 and S exc 2 (respectively the surfaces of Leakage of current E exc 1 and E exc 2 ) is defined as following:

J E = 1 S exc 1 + S exc 2 Sexc 1 |j • n| dx + Sexc 2 |j • n| dx .
(2.34)

The leakage of current J leak is defined similarly, on the grounded surface element S Γ i of the upstream and downstream grounded pipes:

J leak = 1 S Γ   S Γ i S Γ i |j • n| dx   , (2.35)
where S Γ is the total surface of all grounded surfaces. The current density field is shown in Figure 2.10d., in the image we can clearly see the leaking current from the electrode to the grounded surface. The results (Figure 2.11) show the ratio J leak /J E as a function of the ratio α of the electrodes length L E to the EIT detector length L EIT . The script developed to obtain this result can be found in Appendix III. This output were computed as an average over all independent measurements by considering the distances between every pair of electrodes in EIT systems containing n e = 4, 8, 16, 32 or 64 electrodes. The leakage of current are computed for each distance available between any pair (E exc 1 , E exc 2 ) and weighted to the number of time this relative distance appears in the complete set of independent measurements. As expected, the larger the electrode length, the thiner the isolation layer and the larger the leakage of current. An important observation is the decreasing leakage of current with the increasing number of electrodes. J leak /J E appears to approach a saturation level for n e = 64 electrodes configuration.

Maximum of utilisable energy

Because a potential is measured on the electrodes, the larger the measurement electrode surfaces, the larger the current j m . Therefore, the utilisable energy U(α) is expected to increase with these parameters (2.24). In the extreme case of infinitely thin electrodes (α → 0), the utilisable energy U(0) = 0. On the other hand, the larger L E , the thiner the insulated layer and the greater the leakage. In the other extreme case of very large electrodes (α → 1), it is also expected that U(1) = 0. This observation leads to expect a maximum of energy at an adequate length of electrodes. The load specification of the EIT device should take into account this length in order to optimise the measurement performances. In the results illustrated in Figure 2.12, a maximum is observed for a length of electrodes that is 0.84 times the length of the test section. To conclude, the design of the EIT detector is mainly imposed by the specifications of the external experimental constraints. Concerning the electrodes, since the electric potential is imposed during measurements, the image reconstruction quality of the images is optimised for the largest area of the electrodes. The angular size is maximised, limited by technical constraints. The length L E of the electrodes affects the leakage of current that spreads the energy outside the sensitive region. From the results of this section, a maximum of energy were found in the sensitive region for electrodes length of 84% of the distance between those conductive pipes.

The role of the form factor F

The previous results were constrained by the diameter D and test section length L EIT for a particular application. The topic of this section is to generalise these results by associating these requirements into a form factor:

F = D L EIT . (2.36)
The results of the simulation (Figure 2.13) were computed with the script of Appendix III.III.3. The computation covers several length of electrodes, including the ratio of 0.84 that maximises the energy in the previous analysis (Section 2.3.3). An important observation is that the ratio L Elec /L EIT = 0.84 seems to be a golden ratio that gives a maxima of energy for all form factors. Furthermore, the energy increases significantly in the region where F ≤ 1. It is therefore preferable to have a test section that is longer than the diameter of the pipe.

Mathieu Darnajou, PhD Thesis, October 2020 As in Figure 2.13, the energy is larger for a long EIT detector and a naive conclusion might be that maximising the length of the detector optimises its performances. Nevertheless, it is important to point out that long electrodes covers a large region of the pipe, which is less efficient to measure local changes in the flow pattern. It is important to keep in mind that the time to measure all frames of EIT measurement should be faster than the time for the flow to pass through the detector. The results of Figure 2.13 have to be confronted to a discussion on the requirements of the measurement resolution over the z-axis.

The set of parameters that defines completely the design of an EIT detector in the current problem is given by the physical characteristics of the test section and the EIT system:

P = {L tot , L E , D, L EIT }.
(2.37)

The dependency of the utilisable energy to those parameters can be express, starting from (2.31):

U = 1 - Ω\Ω E σ|∇u| 2 dx elec. j d • nu (2.38) = 1 - Ω\Ω E ({P}) σ|∇u({P})| 2 dx elec. j d • nu . (2.39)
The complexity of the dependency of U({P}) makes extremely difficult to find the equation that fully describes the behavior of the utilisable energy. In order to assess a the general behavior of the dependencies of the utilisable energy to the form factor, a
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U = f U (σ, u, j, L tot , L E , D, L EIT ) (2.40)
The result of further simulation analysis have shown that the general behavior, especially the maxima, do not depends on the conductivity function or the boundary conditions. This is true for reasonable values of α. Indeed, in the case where α is close to 1, strong shunting effects can rise from the source electrode to the grounded pipes. In the case where α goes to 0, the source energy E source gets tiny and the current may be completely absorbed by the medium of the system. In the physical situation of these cases, the current may behave differently than as described in the current simulation and the definition of U in (2.32) may not stand.

The utilisable energy dependence to the physical lengths of the EIT experiment can be rewritten in terms of non-dimensional parameters:

U = β L E L tot γ 1 α γ 2 F γ 3 . (2.41)
As in (2.32), the dependency of U to L E /L tot is trivial and γ 1 = 1.

Sensitivity maps

We are now interested in the sensitivity of EIT. As discussed in Chapter 1, the EIT principle is to impose Dirichlet (Neumann) conditions on the closure of the domain Ω and to measure the potentials (current) on Ω. These boundary conditions are imposed by a pair of excitation electrodes E exc 1 and E exc 2 with the responses measured at the measurement electrodes E meas 1 and E meas 2 . The sensitivity of the measurement relates the magnitude of a change in voltage ∆V → ∆V + δ(∆V ) measured between E meas 1 and E meas 2 to the change in conductivity σ(x) → σ(x) + δσ(x 0 ) of a small volume element at x 0 which has given rise to it [Kotre, 1989]:

S(x 0 ) = δ(∆V ) δσ(x 0 ) . (2.42)
This value is affected by the position of the change δσ(x 0 ) within the current density field, and with respect to E meas 1 and E meas 2 .

The following numerical work starts with the continuous formulation of the sensitivity, in Section 2.4.1. From this formulation, the Section 2.4.2 contains the results of the sensitivity map from a continuous equation. The results are validated by an independent computation method in Section 2.4.3. Finally, the sensitivity map of the full-scan excitation strategy is presented in Section 2.4.4.
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Continuous formulation of the sensitivity

In a domain Ω ⊂ R 2 with an admittivity distribution γ(x) ∈ C and x ∈ Ω, the electric potential u satisfies the elliptic partial differential equation

∇ • [γ(x)∇u(x)] = 0.
(2.43)

In the frame of EIT, the imaginary part is generally neglected γ = σ. The continuous derivation of (2.42) uses the weak form of (2.43) with any w:

Ω σ∇u • ∇wdV = ∂Ω wσ ∂u ∂n dS, (2.44)
using the Green identity. Here, dV and dS respectively measure a volume of Ω and a surface of ∂Ω. The power conservation formula is obtained for w = u:

Ω σ|∇u| 2 dV = ∂Ω uσ ∂u ∂n dS = n En V n -ζ n σ ∂u ∂n σ ∂u ∂n dS (2.45)
Here, ζ n is the contact impedance at the electrode E n , and V n is the constant voltage on electrode E n :

V n = u| ∂Ω + ζ n σ ∂u ∂n , on ∂Ω. (2.46) Thus, Ω σ|∇u| 2 dV + n En ζ n σ ∂u ∂n 2 dS = n V n I n (2.47)
where I n is the current injected from the n th electrode E n :

I n = En σ ∂u ∂n dS.
(2.48)

The equation (2.47) simply states that the power input is either dissipated by the contact impedance or in the domain Ω.

Considering, as in (2.42), the small perturbation σ(x 0 ) → σ(x 0 ) + δσ at x 0 ∈ Ω of the conductivity [Calderón, 2006]. It results in a change of the potential field u(x 0 ) → u(x 0 ) + δu, implying a perturbation on the electrode potential V n → V n + δV n . However, the current I n passing the electrode E n is left unchanged. The perturbation of (2.47) is

Ω σ|∇u| 2 dV +2 Ω σ∇u•∇δudV +2 n En ζ n σ ∂u ∂n δ σ ∂u ∂n dS = n δV n I n (2.49)
where the higher order terms are neglected. From (2.46), the current change on electrode E n verifies: 2.53), we obtain the total change in power:

δ σ ∂u ∂n = 1 ζ n (δV n -δu| ∂Ω ), ( 2 
Ω δσ|∇u| 2 dV = - n δV n I n . (2.54)
The experimental interpretation of this results necessitates as in (2.42), to quantify the voltage change ∆V observed on a given measurement electrode E meas , when a current pattern is imposed on one or several electrodes of the EIT system. To do so, the dependancy of the potential on a vector of electrode current I = (I 1 , ..., I ne ) is referred as u(I). Therefore, for a given excitation/measurement configuration, the hypothetical excitation potential is u(I exc ) and measurement potential is u(I meas ). The power perturbation formula of (2.54) can be applied to u(I exc ) + u(I meas ) and u(I exc )u(I meas ) and subtract to obtain [START_REF] Polydorides | A matlab toolkit for three-dimensional electrical impedance tomography: a contribution to the electrical impedance and diffuse optical reconstruction software project[END_REF]:

∆V em = - Ω δσ∇u(I exc ) • ∇u(I meas )dV.
(2.55)

The computation of the Jacobian matrix necessitates the discretisation of the conductivity. A finite element computation suggest that the conductivity change is uniform over a single voxel of the mesh located at x 0 and of area α. The sensitivity of that element, (2.42), is then given by the following:

∆V em δσ(x 0 ) = - α ∇u(I exc ) • ∇u(I meas )dV. (2.56)
The method of optimisation in EIT generally necessitates the complete matrix of partial derivatives of voltages with respect to the conductivity distribution [Lionheart, 2004]. The Newton method for solving the inverse problem uses the Jacobian matrix, which is determined from (2.56). The matrix contains as many I exc and I meas as the Mathieu Darnajou, PhD Thesis, October 2020 Sensitivity maps excitation and measurement configurations considered in the EIT data frame.

Computation of the sensitivity map

The sensitivity coefficient for the element at x 0 can be calculated [START_REF] Breckon | Mathematical aspects of impedance imaging[END_REF] as the inner product of the field Φ exc = u(I exc ) produced by a unit current flowing in E exc 1 and E exc 2 and the field Φ meas = u(I meas ) produced by a unit current flowing in E meas 1 and E meas 2 , (2.56) is rewritten: (2.57)

The integral is made over 1 the volume a of the element at x 0 . The sensitivity is computed over the finite element space and the boundary regions of Figure 2.14a. The mesh uses the Delaunay-Voronoi algorithm: The inner point density is proportional to the density of points on the boundaries [George, 1996], chosen to be constant on the whole periphery with a total of 314 nodes. There is a total of 14158 triangles and 7234 vertices over the domain. The excitation potential field Φ exc and the current density field are shown in Figure 2.14b. and Figure 2.14c., respectively.

The sensitivity map shown in Figure 2.14d. was computed with the script of Appendix III.III.4. The method were to impose a potential between two excitation electrodes E exc 1 and E exc 2 and to measure the potential between E meas 1 and E meas 2 to reconstruct the sensitivity as in (2.57). In Figure 2.14d., the sensitivity has a positive and negative components depending on the position in the domain. The logarithmic representation of the sensitivity map is shown in Figure 2.15. The result is strongly counterintuitive as the minimal sensitivity of the EIT measurement corresponds to the path between the excitation and measurement electrodes. 

Reconstruction with locally imposed conductivity variations

The unexpectedness of the result above raised the necessity for a numerical confirmation using an independent computational method. In order to establish the facts, an indirect reconstruction method of the sensitivity map is proposed in this section. The purpose consists to manually change locally the conductivity map σ(x) → σ(x) + δσ(x 0 ) on small elements at x 0 of area a to reconstruct the sensitivity with (2.42).

An electrical field is simulated by imposing the potential ±1V between a pair of excitation electrodes E exc 1 and E exc 2 of arbitral position. In our case, the positions are chosen to be as in Figure 2.15 for comparison. A differential potential ∆V is computed from the condition above between two measurement electrodes E meas 1 and E meas 2 . The value of ∆V is modified by the introduction of a bubble of conductivity σ bubble = 10 -2 σ pipe and size 0.1D, with D the diameter of the pipe, that were simulated in the pipe section of the electrode region, filled with a liquid of arbitral conductivity σ pipe = 1 S/m. The sensitivity S were computed from (2.42) with the bubble centred at a number of 7,845 different points in Ω, illustrated in Figure 2.16 as pixels of width 1/100D.

The correspondence between the Figure 2.15 and Figure 2.16 is direct. However, the region of lower sensitivity (S ≈ -0.7) is larger in the indirect reconstructed map. This is due to the size of the mesh, that had to be taken larger due to the large number of computation involved. Nevertheless, the point in this result is to validate the existence of two valleys of low sensitivity between excitation and measurement electrodes. 

Sensitivity of the full-scan strategy

In the above simulation, the position of the electrodes is arbitrary. It represents the sensitivity of a single excitation between two electrodes associated with a single measurement on two other electrodes. As discussed in Section 1.3.1, there is several ways to select pairs of electrodes for the excitation and the measurement and therefore increase Mathieu Darnajou, PhD Thesis, October 2020 the number of independant measurements for a better description of the boundary conditions.

We are interested in the sensitivity of several independent excitation and measurement set. In particular the full-scan strategy, since this strategy is preferred in the following two chapters.

Four sensitivity maps of full-scan were computed for EIT sensor with n e = 4, 8, 16 or 32 electrodes. As in (2.12), a total of M excitation/measurement configurations has to be considered for each sensor type. For each configuration, an equivalent of Figure 2.15 is computed. All the generated sensitivity maps are averaged out.

The code is adapted for each EIT sensor configuration. It contains a set of functions that is organised in two categories: Shared functions and Electrode number selected functions. The shared functions are called in the following order at each implementation of the code.

• Main (86 lines): The main code calls all the other functions. In a first part it calls the three following shared functions before to initialise the finite element space. Due to the large number of sensitivity maps, the mesh contains 686 triangles and 376 vertices. In a second part, the main code calls the two electrode number selected functions.

• FullScanBorderdef (191 lines): This function creates the boundary of the sensor, depending on the input number of electrodes.

• FullScanplot (57 lines): Plots the boundary.

• FullScanMesh (51 lines): Creates the mesh. The number of degrees of freedomh is defined as the total number of points on the boundary.

In total, the shared functions contains 385 lines of code.

The second category of functions are the electrode number selected functions. There is two functions called for each configuration of the simulated EIT sensor for a total of eight functions. These are:

• Solve_ne_elec: This function creates and solve the weak form of the Laplace equation for the M excitation and measurement electrodes. Due to the very large number of lines, it has been written with a script.

• Solve_ne_elecSum: This function averages out all the configuration computed above.

To realise the size of this simulation codes, each function with its number of lines is listed in Table 2.2.

The result shown in Figure 2.17 relates that the sensitivity is much higher in the neighbouring of the electrodes and drastically reduced in the middle, as observed experimentally. This simulation code can be improved to analyse alternative implementation of scanning strategies as for instance the full-scan without neighbouring electrode excitation.

The implementation of the code for 64 electrodes requires a high performance and parallelised computed resources. The code could be fully parallelised since the sensitivity maps for each configuration is independent to the others. I suggest to implement a 

Effects of the leakage of current on the sensitivity

This sections contains preliminary results on the numerical estimation of the effects of the leakage of current on the sensitivity map. In Section 2.5.1, the continuous formulation of the sensitivity map with leakage of current is derived with a new perturbation theory. The Section 2.5.2 introduces the results based on a 3D simulation.

Continuous formulation of the sensitivity map with leakage of current

With the presence of two conducting elements of surface S Γ upstream and downstream, the equation of power conservation, (2.45) has an additional term:

Ω σ|∇u| 2 dV = n En V n -ζ n σ ∂u ∂n σ ∂u ∂n dS + S Γ V Γ -ζ Γ σ ∂u ∂n σ ∂u ∂n dS (2.58)
where V Γ is the constant potential and ζ Γ is the contact impedance of the grounded surfaces. Thus,

Ω σ|∇u| 2 dV + n En ζ n σ ∂u ∂n 2 dS + S Γ ζ Γ σ ∂u ∂n 2 dS = n V n I n + V Γ I Γ (2.59)
with I Γ , the leaking current from the grounded surfaces. By applying the following set of perturbations at x 0 ∈ Ω and on the electrode E n :

                           σ(x 0 ) → σ(x 0 ) + δσ(x 0 ) u(x) → u(x) + δu(x) V n → V n + δV n I n → I n , invariant V Γ → V Γ , invariant I Γ → I Γ + δI Γ (2.60)
it results:

Ω σ|∇u| 2 dV + 2 Ω σ∇u • ∇δudV + 2 n En ζ n σ ∂u ∂n δ σ ∂u ∂n dS +2 S Γ ζ Γ σ ∂u ∂n δ σ ∂u ∂n dS = n δV n I n + V Γ δI Γ (2.61)
where the higher order terms are neglected. The potential on electrode E n is given by (2.50). We deduce the potential on the grounded surfaces:

δ σ ∂u ∂n = - δu ζ Γ . (2.62)
Effects of the leakage of current on the sensitivity

The weak formulation with w = δu is then: 

Ω δσ|∇u| 2 dV
Ω δσ|∇u| 2 dV = V Γ δI Γ - n δV n I n (2.65)
Finally, defining the ground state V Γ = 0 leads to an equation similar to (2.54).

By analogy with the discussion of Section 2.4.1, the quantification of the voltage change ∆V observed on a given measurement electrode takes into account the dependancy of the potential on a vector of electrode current I = (I 1 , ..., I ne ). Nevertheless, the potential also depends on the effects of the leaking current I Γ and is referred as u(I, I Γ ). The sensitivity of a conductivity change δσ(x 0 ) at x 0 over a voxel of area α with the presence of leaking current effects is given by:

∆V em δσ(x 0 ) = - α ∇u(I exc , I Γ ) • ∇u(I meas , I Γ )dV. (2.66)
With the addition of leaking current effects induced by the addition of ground surfaces on the boundary ∂Ω, the sensitivity map is modified only by the effects on the excitation and measurement potential fields. The excitation and measurement potentials in (2.66) must take into account the leaking current on the grounded surfaces, by imposing u(x) = 0 over x ∈ S Γ ⊂ ∂Ω.

3D simulations

The modelling of the effects of current leakage on the sensitivity requires a 3D simulation since one is in the x -y plane and the other in the x -z plane. The structure of the 3D domain (Figure 2.18) is build based on the two-dimensional disc for the simulation of the sensitivity. The mesh of the disk are duplicated on both sides of the z-axis over the total length L tot of the system Ω, arbitrarily set so the electrical energy goes to zero on the right and left boundaries, considered infinitely far away. The position of the electrodes were chosen to be uniformly distributed on the circumference of the cylinder.

Mathieu Darnajou, PhD Thesis, October 2020 On each duplicated disc, the boundary conditions are set independently wether the boundary mesh are located on an excitation electrode, a measurement electrode, an insulated surface or a grounded surface. The iso-potential surfaces for an excitation of ±1V between the pair of excitation electrodes is shown in Figure 2.19 in four point-ofviews. From this excitation, the estimated sensitivity map is also shown in the Figure .  The script which were written to obtain these results can be found in Appendix III.6. This results are preliminary and the extension of this thesis is required to assess the effect of leakage on the sensitivity. To do so, this modelling requires the implementation of several electrode lengths configuration as in Section 2.3. Furthermore, the extension of the number of electrodes and independent measurement patterns as in Section 2.4.4 can bring interesting results for analysing the sensitivity map. The EIT image is reconstructed on the x -y plan while the current flows in the z-direction as well so the system is sensitive to objects that are not necessary between the electrodes.

In the Figure 2.20a., a cavity is created inside the same cylinder. This cavity has an electrical conductivity of zero to represent an air bubble. The iso-potential lines are shown in Figure 2.20b. for an excitation between two electrodes with the cavity. The The heaviness of the computation in 3D simulation imposed in this thesis to work with large mesh. The implementation of parallelised computation is possible with FreeFEM++. This task is also a suggestion for further work.
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Prospects and indication for further work

The following prospects are proposed for future developments. The prospects that are estimated as most interesting/important are given at the top of the list.

• The development of 3D simulations to assess the effects of leaking current on the sensitivity map. This simulations must include a high number of nodes to compute the sensitivity with a high precision.

• The trigonometric excitation pattern is implemented in Chapter 6 with the COLTRANE method. This pattern has the particularity to inject the current from all the electrodes. From the results of Section 2.4, an interesting research topic would be to compute the sensitivity map of trigonometric excitations.

• An experiment can be setup to prove the simulation results on the leakage. The purpose is to measure the leaking current from electrodes of several lengths and to compute the corresponding energy.

• Another experiment is analog to the indirect reconstruction of the sensitivity map (Section 2.4.3). The method is to insert low conductivity sticks at x 0 in an EIT sensor containing an electric potential induced by two excitation electrodes. Subsequently, to measure the changes in ∆V on two chosen measurement electrodes to reconstruct the sensitivity S at x 0 . These two experiments have been developed by a master student of INSA Lyon, Ying Zhuang, in an internship at LTHC during spring/summer 2019.

• The computation time to obtain the full-scan sensitivity map is very large. This time could be reduced with a parallelised computation strategy. The implementation of parallel computation is possible since each maps are independent.
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3

Frequency Division Multiplexing for EIT

This third chapter proposes a practical implementation of FDM for a large number of simultaneous measurements. I will introduce the ONe Excitation for Simultaneous High-speed Operation Tomography (ONE-SHOT) method, an innovative method for simultaneous excitations for EIT. The method was introduced in [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF] for four electrodes; however, in practice, EIT systems usually contain eight electrodes or more for better performances. Furthermore, the method as it is introduced in [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF] As a first step, the Section 3.1 is a first approach for simultaneous excitations and measurements strategy with FDM. Secondly, a general definition of the ONE-SHOT method is proposed in Section 3.2. The section provides details for its practical implementation. Thirdly, the high frame rate generates a large amount of data to process. In the past few years the development of electronics made it possible to handle systems enabling transfer of large measurement data [START_REF] Kryszyn | Architecture of evt4 data acquisition system for electrical capacitance tomography[END_REF]. The estimation of the optimal data transfer rate and online computation speed is needed to choose the adequate hardware components, an issue that is discussed in Section 3.3. Finally, the Section 3.4 presents preliminary results of the demodulation of 15 simultaneous excitation frequencies to prove the feasibility of the ONE-SHOT method.

Excitation and measurement strategy with FDM

The basic principle of simultaneous excitations is to consider several excitation frequencies. In the measurement channel, the combined signal can be decomposed in the Fourier space.

The necessity to increase the data frame acquisition rate is discussed in Section 3.1.1. A simulation presents the effects of low rate measurement on fastly evolving flows. As an introduction to EIT with FDM, two simple examples of simultaneous excitations are given in Section 3.1.2. The Section 3.1.3 is an overview on the Fourier transforms, and their use in a physical experiment.

Need for increasing the imaging rate

The determination of the number of electrodes n e in the EIT system is a central question as it will impact the number of measurement for a given excitation strategy (Section 1.3.1). The simulation results of Section 2.2.1, obtained in the early work of the PhD, showed that a system with more than 16 electrodes gives better accuracy and higher contrast.

We have seen in Section 1.3.2 that the time of measurement depends greatly on the number of electrodes and on the excitation strategy. The full-scan excitation strategy brings a maximum of independent measurements to well-pose the reconstruction problem. Considering this strategy, the corresponding measuring time for one frame increases as n 2 e .

In applications to thermo-hydraulic circuits, if we consider the full-scan strategy and electrodes that are 1 cm long in the flow direction, it becomes impossible to have an image of a bubble flowing faster than ∼ 2 m.s -1 for n e =16 electrodes and ∼ 0.5 m.s -1 for n e =32 electrodes. These values are lower than the typical velocity of flows in industrial pipelines.

The effects of slow measurement of fast flows are simulated with EIDORS (Section 2.1.1). The output data for each measurement is a matrix containing the voltage measurements of all channel (in x) for every voltage measurement in time (in y). A fast bubble were simulated using the combination of two data matrices, from two simulated static flows Mathieu Darnajou, PhD Thesis, October 2020 measurements.

The Figure 3.1a. illustrates two bubbles of different shapes passing through the cross plan of a pipe. The static measurements of these bubbles can be assimilated to very fast measurements, taken in very short measurement times ∆t 1 and ∆t 2 . The reconstructed images of these two bubbles are shown in Figure 3 A slow measurement time ∆t 3 is illustrated in the Figure 3.1a. During this time interval, the two bubbles are passing through the pipe cross section. To simulate this, a hybrid data matrix, containing half of each static measurement is build. This hybrid data matrix corresponds to a flow that changes faster that one frame measurement. The reconstructed image of the hybrid matrix is illustrated in Figure 3.1d. In this blurred image, the shapes of the two bubbles are lost.

Introduction to simultaneous excitations in EIT

The solution I suggest in the necessity for increasing the imaging rate of EIT is to consider simultaneous excitations.

As an example, let us consider an EIT system containing a small number of electrodes: n e = 6 electrodes (E 1 , ..., E 6 ) of arbitrary positions on the edge ∂Ω of a system Ω (Figure 3.2a.). For the sake of simplicity, the electrodes E 1 to E 4 are only used for Mathieu Darnajou, PhD Thesis, October 2020 excitation and E 5 and E 6 only for the measurement. This section contains two simple examples of simultaneous excitation based on this 6 electrodes EIT system. 

Simultaneous excitations between two pairs of electrodes

Let's impose the Neumann boundary conditions by inducing a sinusoidal current of frequency f a between E 1 and E 2 and another sinusoidal current of frequency f b between E 3 and E 4 . As discussed in Section 1.3.3 and Section 1.3.4, the conservation of current imposes:

ne i=1 I i = 0, (3.1)
on all electrodes. This suggests that the excitation between two electrodes is composed of a source and a drain as illustrated in Figure 3.2b. As a result, the Dirichlet boundary conditions are obtained by measuring the voltage ∆V between the two remaining electrodes E 5 and E 6 . In this case, ∆V is expected to have a period p which is a function of f a and f b .

Due to the linearity of electromagnetism, the voltage ∆V is expected to be a superposition of the voltage ∆V a induced by the current between E 1 and E 2 at frequency f a and the voltage ∆V b induced by the current between E 3 and E 4 at frequency f b . The adequate use of Fourier transforms allows to decompose ∆V into its sub-components ∆V a and ∆V b .

The situation above introduces the basic idea of the simultaneous measurement with Multi-Frequency (MF). The reader may realise that this one measurement in MF contains the data of two independent measurements from the adjacent excitation strategy, reducing by twice the measurement time, without considering the multiplexing transition time between two successives excitations.

Three simultaneous excitations on four electrodes

In the above example, we are limited to two simultaneous measurements. By considering four electrodes for the excitation, it is possible to increase the number of simultaneous excitations by increasing the number of involved frequencies.

Let us now impose the Neumann boundary conditions by inducing a sinusoidal current of frequency f a on E 1 , f b on E 2 and f c on E 3 , as illustrated in Figure 3.2c. The conservation of current is respected by imposing a current pattern of the form:

I Drain = -sin(2πf a t) -sin(2πf b t) -sin(2πf c t) (3.2)
on the remaining electrode E 4 , labelled as drain.

In this situation, the resulting voltage ∆V measured between E 5 and E 6 is a superposition of the voltage ∆V a induced by the current between E 1 and E 4 at frequency f a , the voltage ∆V b induced by the current between E 2 and E 4 at frequency f b and the voltage ∆V c induced by the current between E 3 and E 4 at frequency f c .

In this new situation, it is interesting to consider f c > f a and f c > f b so the measurement time between E 3 and E 4 is shorter than the other measurements. By comparaison with the previous situation with two frequencies, we have now three independent measurements, taken in the same interval of time.

The Section 3.2 proposes to maximise the number of simultaneous measurements with the so-called ONE-SHOT method.

The discrete Fourier transform

We will see in the following that the excitation strategy in the ONE-SHOT method considers a high number of superposed signals. The decomposition of these signals in a physical experiment requires the implementation of highly performing Fourier transforms.

Signals in nature are continuous in time. The use of computer to manipulate signal transformation introduces the necessity of discrete numerical methods. This section introduces the continuous transformations and their discrete equivalent, as used in the signal processing in the frame of this work to decompose the measured signals. • Periodic signals has a particular status since their frequency representation is composed of discrete values that are associated to the harmonics of a fundamental frequency. The representation of these signals are the Fourier series.

• The discrete signals are represented in a continuous frequency domain with the Z-transform. The introduction of the reduced frequency transform gives an intuitive representation of the frequencies.

• Finally, the signals of discrete time and frequency are treated with the Discrete Fourier Transform (DFT) that can be fastly implemented with the Fast Fourier Transform (FFT) algorithm.

In the following, we briefly overview the four transforms and focus on the DFT and FFT which are widely used in this work.

The Fourier transform

Let x(t) ∈ L 2 a finite non periodic signal with

+∞ -∞ |x(t)| 2 dt < ∞. (3.3)
The Fourier transform X(f ) of the signal gives the complex spectrum of x(t):

X(f ) = F[x(t)] (3.4) = +∞ -∞ x(t)e -2πif t dt (3.5)
The real and imaginary parts of the spectrum are then:

Re[X(f )] = +∞ -∞ x(t) cos(-2πif t)dt (3.6)
and

Im[X(f )] = +∞ -∞ x(t) sin(-2πif t)dt, (3.7)
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respectively. The spectrum is generally represented in terms of its magnitude:

|X(f )| = (Re[X(f )] 2 + Im[X(f )] 2 ) 1/2 (3.8)
and its phase:

φ X (f ) = arctan - Im[X(f )] Re[X(f )] . (3.9)
Another property of the Fourier transform is its invertibility. The signal x(t) can be completely reconstructed from the knowledge of its complex spectrum X(f ) with: The Fourier transform X(f ) of the signal gives the complex spectrum of x(t):

x(t) = F -1 [X(f )] (3.10) = +∞ -∞ X(f )e -2πif t df. (3.11)
Finally the two functions x(t) and X(f ) represents the same physical quantity but from different representation. This observation is closely related to the impossibility of the humain brain to watch the nature without deforming it 1 .

The Fourier transform of periodic signals

Let us considering the periodic function x(t) ∈ L 2 of period T . As a periodic function, it can be represented by the following Fourier series:

x(t) = a 0 2 + ∞ n=1 [a n cos(2πnf 0 t) + b n sin(2πnf 0 t)],
(3.12) with f 0 = 1/T the fundamental frequency of the signal x(t). Here, a 0 /2 is the continuous component of the periodic signal. The coefficients a n and b n are given by:

a n = 2 T + + T 2 -T 2 x(t) cos(2πnf 0 t), (3.13) b n = 2 T + + T 2 -T 2 x(t) sin(2πnf 0 t), (3.14)
From (3.12), the complex numbers

Xn = 1 2 (a n -ib n ) (3.15) and X-n = 1 2 (a n + ib n ) (3.16)
1. Note: This is one interpretation of the duality principle of quantum physics as introduced by Heisenberg in 1927.

gives the complex Fourier series:

x(t) = ∞ -∞
Xn e -2πinf 0 t , (3.17)

with the introduction of Xn , the complex spectrum of the periodic signal x(t):

Xn = 1 T + T 2 -T 2 x(t)e -2πinf 0 t dt, (3.18)
which let appear the positive (n > 0) and negative (n < 0) frequencies. Similarly to (3.6) to (3.9), the exponential component is used to find the magnitude and the phase spectrums.

We introduce the frequency Dirac comb function:

δ f 0 = ∞ -∞ δ(f -f 0 ) (3.19)
with the Dirac delta function δ(x) which is +∞ for x = 0 and 0 otherwise. The Dirac delta function verifies the property δ(x)dx = 1. Thus, (3.17) becomes:

x(t) = ∞ -∞ ∞ -∞ Xn δ(f -f 0 ) e -2πinf 0 t dt, (3.20)
and the distribution

X(f ) = ∞ -∞ Xn δ(f -f 0 ) (3.21)
is the Fourier transform of the periodic function x(t). In the frequency spectrum, the representation of such periodic functions is formed from peaks, related to the harmonics of the fundamental frequency f 0 . We will see later that this point is very important since it is the basis of the determination of the whole set of excitation frequencies in the ONE-SHOT method.

The Fourier transform is a linear operation. It has numerous properties that are not enumerated in this work. The reader can find more details in [START_REF] Max | Méthodes et techniques de traitement du signal -5ème édition[END_REF].

The Fourier transform of discrete signals

The numerical transformation of signals, including Fourier transforms, necessitates discrete operations. The sampling of a natural and continuous signal by a numerical device results in a sequence defined on a discrete time scale, that can be transformed with the reduced frequency transform.

To transpose the continuous Fourier transform of (3.5) into a discrete operation, the integral is replaced by a series, and the time t to a discrete time p. For the sampling Mathieu Darnajou, PhD Thesis, October 2020 Excitation and measurement strategy with FDM period T s , the product f t becomes f pT s and the non-dimensional reduced frequency is:

λ = f T s . (3.22)
The Fourier transform of a discrete signal x(p) becomes

X(λ) = F[x(p)] (3.23) = +∞ p=-∞ x(p)e -2πiλp . (3.24)
and similarly, the discrete signal can be reconstructed from the reduced frequency Fourier transform:

x(p) = + 1 2 -1 2 X(λ)e -2πiλp dλ. (3.25)
The discrete Fourier transform

In a physical experiment, the discrete signals are of finite lengths and are represented by a P -point sequence. Typically, in a discrete Fourier transform the signal which is bounded within 0 ≤ p ≤ P is extended to the real axis, and p grows from -∞ to +∞. As explained above, the frequency representation of such discrete and finite signals x(p) is given by the reduced frequency transform X(λ). However, the extension of the signals to the whole real axis makes it acts as a periodic function of period P resulting in a sampling in time and in frequency. The Fourier transform X(k) of a finite and discrete signal x(p) is:

X(k) = F[x(p)] (3.26) = θ P -1 p=0 
x(p)e -2πikp P .

(3.27)

With θ an arbitrary normalisation factor, typically chosen to be θ = 1 or θ = 1/P . Similarly, the inverse DFT is given by:

x(p) = F -∞ [X(k)] (3.28) = β P -1 p=0 X(k)e -2πikp P .
(3.29)

with P βθ = 1. A wise choice for the arbitrary terms is θ = β = 1/ √ N in order to respect the symettry between the DFT and its inverse operation.

Real-time fast Fourier computation

The DFT is a method that is widely used in spectral analysis, necessitating eventually a fast implementation of the algorithm. The FFT algorithm [START_REF] Good | Introduction to Cooley and Tukey (1965) An Algorithm for the Machine Calculation of Complex Fourier Series[END_REF] were Mathieu Darnajou, PhD Thesis, October 2020 developed in this direction. In general, the FFT is computed over a sequence containing a number of points P that is a power of 2: P = 2 n .

In a direct computation of the DFT as in (3.27), each value of X(k) necessitates P additions and P complex multiplications. Therefore, the whole computation of the DFT necessitates a total of P 2 additions and complex multiplications. By supposing P = 2 n , it is possible to distinguish the sum over even samples and odd samples. For 0 ≤ k ≤ P/2:

X P (k) = θ P 2 -1 l=0 x(2l)e -2πilp P/2
+ θe

-2πilp P P 2 -1 l=0 
x(2l + 1)e

-2πilp P/2
(3.30) and

X P k + P 2 = θ P 2 -1 l=0 
x(2l)e

-2πilp P/2
-θe

-2πilp P P 2 -1 l=0 
x(2l + 1)e

-2πilp P/2 , (3.31)
such that the DFT over the P/2 even samples is

X e P 2 (k) = θ P 2 -1 l=0 
x(2l)e

-2πilp P/2
(3.32)

and over the P/2 remaining odd samples is

X o P 2 (k) = θ P 2 -1 l=0 
x(2l + 1)e The procedure above shows that it is possible to compute the DFT of a P -points sequence from two DFT over P/2 points. These sub-sequences can also be decomposed into P/4 points sequences. Choosing p as a power of two makes possible to decompose up to a sequence of two points, reducing significantly the number of operations to compute the DFT. The number of operations for the FFT is proportional to P. log 2 (P ) against P 2 for the DFT. The FFT algorithm is a central tool to use FDM and is widely used along this thesis to treat the measured signals.

The ONE-SHOT method

The ONE-SHOT method was introduced in [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF], which contains motivating results that predict the feasibility of the demodulation of simultaneous excitations with respect to their frequencies. Nevertheless, the proof-of-principle experiment is based on a four-electrode EIT system. The number of independent pairs of The ONE-SHOT method excitation for such systems is six, implying six simultaneous excitations at six different frequencies. In practical EIT, the number of electrodes is an important parameter since it allows more measurements and a better conditioning of the inverse problem. Usually, EIT systems contain more than eight electrodes.

The need for more simultaneous measurements is the motivation to evolve the ONE-SHOT method with the increased number of electrodes and, consequently, the number of excitation frequencies. This section discusses the generalisation of the ONE-SHOT method excitation strategy to any number of electrodes in Section 3.2.1 and then adapted for 16 electrodes in Section 3.2.2. This process increases significantly the number of independent pairs and the complexity of the corresponding excitation patterns. Finally, choosing the frequencies is a challenging task. A choice is proposed in Section 3.2.3 to ensure discriminability, a high rate, and adaptivity to high-speed hardware systems. Finally, the sensitivity map of measurements with the ONE-SHOT method is discussed in Section 3.2.4.

General simultaneous excitation pattern

The ONE-SHOT method has to be adapted for a larger number of electrodes. The total number of independent measurements

N = n e (n e -1) 2 . (3.36)
defines the number of frequencies that have to be generated simultaneously to maximise the number of measurements for a given system. The excitation is a set of voltages imposed on the electrodes and is generated from a basis of N sinusoidal signals. Moreover, as discussed in Section 1.3.3 and Section 1.3.4, the excitation pattern ensures that the sum of boundary voltages is zero at any time. One defines the signal Ψ i as:

Ψ i (t) = A sin(2πf exc i t). (3.37)
Then, given an arbitrary number n e of electrodes, one defines the excitation voltage V exc n (t) at an arbitrary electrode n ∈ {1, . . . , n e } using the following recurrence relation:

V exc n (t) = - n-1 j=1 V exc j (t) n-1 + max n = min n Ψ (t) (3.38)
where:

min n = (n -1)n e - n(n -1) 2 + 1 and max n = n n e - (n + 1)n 2 (3.39)
and with V exc j (t) n-1 designating the (n-1) th element of the identity defining the voltage V exc j (t), under the convention that the terms Ψ i are always ordered with increasing index i Mathieu Darnajou, PhD Thesis, October 2020

in such an identity. Moreover, in (3.38), we adopt the convention that a sum is identically zero if the value of the starting index is larger than that of the ending one. The validation of (3.38) is made with the MATLAB script of Appendix IV.1.

Simultaneous excitation pattern for 16 electrodes

We are now interested in applying (3.38) in the situation of n e = 16 electrodes. In this situation, N = 120 and the set of excitation voltages [V exc n (t)] contains signals that are distributed by respect with the excitation matrix (IV.1.1):

                                 V exc 1 (t) = +Ψ 1 +Ψ 2 +Ψ 3 + ... +Ψ 14 +Ψ 15 V exc 2 (t) = -Ψ 1 +Ψ 16 +Ψ 17 + ... +Ψ 28 +Ψ 29 V exc 3 (t) = -Ψ 2 -Ψ 16 +Ψ 30 + ... +Ψ 41 +Ψ 42 V exc 4 (t) = -Ψ 3 -Ψ 17 -Ψ 31 + ... +Ψ 53 +Ψ 54 . . . V exc 15 (t) = -Ψ 14 -Ψ 28 -Ψ 41 -... -Ψ 118 +Ψ 120 V exc 16 (t) = -Ψ 15 -Ψ 29 -Ψ 42 -... -Ψ 119 -Ψ 120 (3.40)
where the frequency f exc 120 is the N th frequency for n e = 16. Finally, the verification of the Dirichlet boundary requirement (Section 1.3.4):

ne i=1 V exc i = 0.
(3.41) from the excitation pattern of (3.40) is straightforward.

Excitation frequencies based on the measurement time window

The main advantage in the use of a continuous MF excitation method is the absence of transients between successive projections, resulting in a diminution of the measurement error from the absence of the residual voltage in the electrode-electrolyte contact impedance. Concerning ONE-SHOT, the values of the frequencies remain as free parameters. In this section, I suggest suitable values based on the performances of the DAQ system.

The first observation is that in order to ensure continuous excitations and measurements in parallel, the frequencies of the excitation signals have to be harmonics of a fundamental frequency f 0 , as discussed in Section 3.1.3. A wise choice is to define f 0 as the frequency of the DFT of a P -point measurement sequence {V meas n (p)} and p the discrete time. The discretisation of the time is due to the sampling rate of the DAQ system at the frequency f DAQ , with the discretisation time interval ∆p = 1/f DAQ , implying:

f 0 = f DAQ P . (3.42)
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The ONE-SHOT method

The DFT (3.27) of the real-valued sequence {V meas n (p)} in the 1 ≤ n ≤ n e measurement channel is:

V meas n (k) = F[V meas n (p)] = θ P -1 p=0 V meas n (p)e -ikβp , k = 0, ..., P -1, (3.43)
with θ = 1/P , β p = 2πp/P , and a synchronous sampling is assumed. The real and imaginary parts of V meas n (k):

Re n (k) = 1 P P -1 p=0 V meas n (p) cos(kβ p ) (3.44)
and:

Im n (k) = - 1 P P -1 p=0 V meas n (p) sin(kβ p ) (3.45)
define the module M n (k) and the phase φ n (k) of each frequency domain sample V meas n (k):

M n (k) = R 2 n (k) + I 2 n (k) (3.46)
and: This observation is particularly interesting as with a given magnitude M n (k) is associated a frequency f meas k , which corresponds to one and only one generated signal frequency f exc i on the electrode n. Therefore, the set of [M n (k)] for all n and k is one frame of the EIT data. The frame is acquired at the frequency f 0 and contains the full set of independent excitations and measurements to define the Dirichlet or the Neumann boundary conditions.

φ n (k) = arctan I n (k) R n (k) . ( 3 
A first remark is that the highest frequency f exc N is constrained below the Nyquist limit:

f exc N ≤ f DAQ /2.
A second remark concerns the phase shift, which describes the difference in radians when two or more alternating quantities reach their maximum or zero values. The phase shift of an electric signal passing through a material depends on the frequency [Dupré, 2017]. In ONE-SHOT, the continuous generation of signals makes the phase shift independent of the Fourier magnitude. This is true because of the choice Mathieu Darnajou, PhD Thesis, October 2020 of the generated signals that are harmonics of the Fourier computation time window.

In standard EIT based on TDM, the measurement associated with one excitation configuration corresponds to a voltage or current input over one or several periods of an alternative excitation at a given fixed frequency. The corresponding data are a set of tens of points per measurement, which multiplied by M (2.12) gives the total number of samples per frame. On the other hand, in the Fourier space, the corresponding data for the same measurement becomes a single element M n (k) with n and k defined. Building a data frame with the Fourier elements reduces significantly the data size.

Finally, the determination of the frequencies for the application of a 16-electrode ONE-SHOT method excitation strategy strongly depends on the acquisition rate f DAQ of the DAQ system and the choice for the number of measurement points P used to compute the DFT.

Continuous formulation of the sensitivity map of the ONE-SHOT method

The ONE-SHOT method consists in the simultaneous excitation in voltage of pairs of electrodes at several frequencies and the measurement in current. The sensitivity of this strategy is computed by analogy with Section 2.4.

The measured current on an electrode is changed by a perturbation σ(x 0 ) → σ(x 0 )+δσ of the conductivity. We reinterpret (2.47), with V exc n the imposed potential on electrode E n and I n , (2.48), the measured current passing through E n .

The set of perturbations becomes:

               σ(x 0 ) → σ(x 0 ) + δσ(x 0 ) u(x) → u(x) + δu(x) V exc n → V exc n , invariant I n → I n + δI n (3.49)
and the first order of the perturbation of (2.47) is:

Ω σ|∇u| 2 dV + 2 Ω σ∇u • ∇δudV + 2 n En z n σ ∂u ∂n δ σ ∂u ∂n dS = n V exc n δI n
(3.50) And the weak formulation with w = δu gives:

Ω δσ|∇u| 2 dV + 2 ∂Ω δuσ ∂u ∂n dS + 2 n En z n σ ∂u ∂n δ σ ∂u ∂n dS = n V exc n δI n .
(3.51) From (2.50),

δ σ ∂u ∂n = 1 z n (δV exc n -δu| ∂Ω ) = -δu z n ∂Ω , (3.52)
The Data Acquisition (DAQ) system and the total change in power is:

Ω δσ|∇u| 2 dV = n V exc n δI n . (3.53)
By opposition with the case of Sec. 2.4.1, the experimental interpretation of (3.53) is to quantify the current variation δI n observed on electrode E n for a potential imposed on one or several electrodes. The dependency of the potential to a vector of potentials V = (V 1 , ..., V n-e ) is denoted u(V ). For an excitation/measurement configuration, the excitation potential field is u(V exc ) and the measurement potential field is u(V meas ). Therefore, the power perturbation formula of (3.53) is applied to u(V exc ) + u(V meas ) and u(V exc ) -u(V meas ) and subtracted:

∆I em = Ω δσ∇u(V exc ) • ∇u(V meas )dV.
(3.54)

Finally, the sensivity at x 0 of the finite element voxel of area α is:

∆I em δσ(x 0 ) = α ∇u(V exc ) • ∇u(V meas )dV.
(3.55)

The Data Acquisition (DAQ) system

The DAQ system to implement the ONE-SHOT method with 16 electrodes has stricts requirements in terms of performance. These requirements for each component that led to the choice of this particular DAQ system are discussed in Section 3.3.1. The three main parts of this system the EIT Sensor, the Printed Circuit Board (PCB) and the DAQ Controller are presented in Section 3.3.2, Section 3.3.3 and Section 3.3.4, respectively. Finally, the Section 3.3.5 discusses the optimal characteristic of the signals based on this particular DAQ system.

Load specifications and proposed DAQ system

The starting point in creating a physical experiment for simultaneous EIT excitations and measurements is to establish the requirements on the DAQ system. The DAQ system is required to verify the following tasks :

• High rate: The sinusoidal output signals of an electronic device are generated by a succession of points. The time between two points is limited by the highest rate the system can handle. In order to reconstruct properly the Fourier transform of a signal, the Nyquist theorem requires that each periods contains at list 2 points.

The excitation frequency window is between 1 and 500 kHz. Hence, the generation of a 500 kHz excitation signal requires that the system handle a minimum rate of 1 MHz.

• High number of I/Os: The MF data taking strategy requires the DAQ system to operate in parallel n e output excitation signal and n e input measurement signals.
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The number of electrodes n e being higher than 16 for a good signal reconstruction (Section 2.2.1).

• Fast computation: In MF DAQ, the input signals are decomposed online in parallel. The use of a Field Programmable Gate Array (FPGA) is adequate to compute DFT with a high rate. However the numerous computations in parallel requires an FPGA with a very large memory.

• Operational at distance for experiments in high pressure and high temperature environments.

The concretisation of an experiment to implement the ONE-SHOT method is based on the proposed hardware system presented in Figure 3.3. It is composed of three elements: the EIT sensor that contains the electrodes, the PCB to distribute the signals, and the DAQ controller to manage the excitations and measurements: The EIT sensor is filled with water and a plastic rod of low conductivity is inserted to mimic non-conductive inclusions. The software provides a 2D real time image of the probed medium.

• The EIT sensor: contains a set of 16 electrodes (Figure 3.3) tangential to the inner surface of the pipe and in contact with the fluid. The electrodes are used for excitation and measuring the response of the medium.

• The PCB: used for the 16 excitation signals fed to the 16 electrodes. The material distribution is estimated using reconstruction algorithms from voltage measurements over 16 resistors on the PCB.

• The DAQ controller: manages both AO excitations and Analog Input (AI) measurements. The DAQ controller provides 16 voltage AO channels and 16 voltage AI channels.

The following details the issues and solutions found for the conception of these different components.

The EIT sensor

The EIT sensor is composed of a ring of electrodes in contact with the fluid and is non-intrusive. The electrodes must be insulated from each other and made in a conductive and robust material. In addition, the excitation and measurement signals at the electrodes are possibly of low amplitude.

The EIT sensor prototype used in my experiment is shown in photo in Figure 3.3 and in scheme in Figure 3.4.

It was a 336 mm-long cylinder PMMA prototype with an internal diameter of 80 mm containing a set of 32 electrodes (Figure 3.5 and Figure 3.6). The electrodes (Figure 3.7) were chosen to be made of stainless steel. They were 150 mm long and 6 mm wide, and their surface was tangential to the inner pipe surface and collinear to the axis of the cylinder. In the experimental setting considered, only one over two, 16 electrodes were connected. The characteristics of the detector were chosen for future tests on static and dynamic flow measurements at the Laboratory of analytical Thermohydraulics and Hydromechanics of Core and Circuits (LTHC). More details on the design of the EIT for flow measurement applications can be found in [START_REF] Darnajou | The design of electrical impedance tomography detectors in nuclear industry[END_REF].

The signal was routed to the electrodes using shielded coaxial cables. The EIT sensor provided SMA (Sub-Miniature version A) connectors (Figure 3.8) to ensure the connection of the electrodes with the inner wire of the coax and the insulation of the shielding. Mathieu Darnajou, PhD Thesis, October 2020 

The Printed Circuit Board (PCB)

The main motivation in using the ONE-SHOT method strategy is its high data acquisition rate. The natural choice for the hardware is to provide a very high sampling rate for excitation and measurement. As in Section 1.2.3, EIT relies on imposing or measuring either a voltage or a current on the boundary. However, the sampling rate for generation and acquisition of current is usually much slower than for the voltage.

A one-layer PCB (Figure 3.9) was designed to manage the voltage excitations and, in parallel, the current measurements. The currents passing through the electrodes (Neumann boundary conditions) were reconstructed from voltage measurements over 16 sense resistors of 100 Ω in the 16-electrode circuits on the PCB. This allowed current measurement using an analog voltage sampling at the DAQ level for a high sampling rate. Moreover, the PCB provided coaxial connectors and ensured the signal shielding with a ground connection. 
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The DAQ controller

The DAQ controller was required to perform 16 voltage excitations and 16 voltage measurements in parallel at high rate with great accuracy. The output configuration contained the generation of 120 sinusoidal signals at 120 different frequencies and a distribution onto the 16 electrodes under (3.40). The input configuration computed the DFT online for each electrode signal at a high rate, based on the FFT algorithm. Finally, the DAQ controller was required to perform fast data storage.

Apart from the performance requirements, the DAQ controller must be robust and light weight for transportation purposes in future prospects of experiments on several hydraulic loops. It also has to be controllable at a distance for an application to high pressure and high temperature flow experiments.

The strict requirements of fast computations in both output and input for multiple channel operations, including FFT, suggest the use of a FPGA. In recent years, the number of logic blocks contained in an FPGA chip increased, and the generation of a large number of arbitrary signals became feasible.

DAQ chassis

A suitable device for the DAQ controller in the ONE-SHOT method hardware system is the National Instruments CRIO-9039 [NI-9039 Documentation, 2016] controller, which includes a 1.91-GHz Quad-Core CPU, 2 GB of DRAM, and the Xilinx's FPGA Kintex-7 325T [Xilinx325T Documentation, 2019]. The FPGA includes 326,080 logic cells, 840 digital signal processing slices, and 16,020 block RAM elements. The main advantage of the FPGA is that it includes a large number of logic cells and large block RAM, which are required in my experiment to perform the operations described in Section 3.2. The adequate use of the FPGA allows fast DFT for a minimal data frame size, which allows efficient data transfer and reduces storage.

The CRIO-9039 DAQ controller includes a Linux host computer that operates the ONE-SHOT method with LabView Real-Time and FPGA. The monitoring of the ONE-SHOT method results in a large amount of data over numerous channels. The fast data monitoring is based on Direct Memory Access (DMA), a buffer to send the data to the host computer. In addition, the CRIO-9039 provides 8 slots in which Analog Output (AO) and AI modules are connected.

Output and input configuration

Regarding the necessity for fast and accurate operations, the AO was managed with the NI-9262 [NI-9262 Documentation, 2017] module to provide the voltage outputs. The six-channel module had a typical output voltage range of ±10.742 V, including an internal noise of 150 µV RMS per channel. In the system, three NI-9262 modules were connected to the 16-output excitations.

Concerning the AI, the NI-9223 [NI-9223 Documentation, 2016] module is suitable to provide voltage inputs. The NI-9223 includes four channels with a typical input voltage range of ±10.6 V with a noise of 229 µV RMS per channel. A total of four NI-9223 modules were required to connect the 16 input measurements.

Finally, the digitalized data format for both AO and AI modules were (20,5) fixed points: 20 bits allocated to the number including 5 precision digits. The data were operated at a sampling rate of 1 Mega Samples per second (MS/s) for both AO and AI, which is very competitive in terms of the performance requirements.

Practical excitation and measurement strategy

The Figure 3.10 is a scheme of the DAQ system with the software logic blocs. The software of the ONE-SHOT method will be detailed in the Chapter 4. In parallel, the measurement circuit, shown in green in Figure 3.10, contains AI modules to digitalize the voltages taken over the 16 resistances on the PCB. The FPGA-based DFT computation provides the signal magnitude and phase for each Fourier coefficient at the high rate of 1 MS/s. The electrode label n and Fourier coefficient k are associated with the magnitude value to provide its address: the host computer uses the address as x and y coordinates for the magnitude to build the data matrix. The FPGA sends the data with a DMA to ensure fast operations and reliability.

Considering the sampling rate of 1 MS/s of the DAQ system, one solution for the frequencies of the generated signals (3.40) in the situation of a 16-electrode EIT sensor consists of f exc i = if 0 for 1 ≤ i ≤ N and N = 120. Furthermore, the DFT computation can be chosen to be over P = 512 points and results in a data frame acquisition rate of 1 × 10 6 /512 = 1953 fps. This choice implies the lowest sinusoidal signal frequency f exc 1 to be the same as the DFT computation frequency. The highest frequency f exc N = f exc 120 is 234.375 kHz, below the Nyquist limit of 500 kHz for the considered system.

Preliminary experimental results

As discussed in the introduction, the imaging rate of the well-established X-ray tomography suddenly increased when considering several pairs of emitters and receptors for simultaneous measurements. The novel idea, which consists of applying simultaneous excitations and measurements in EIT, brings new challenges due to the fundamental differences existing between such hard field and soft field systems. Apart from the radical difference in solving the inverse problem (Section 1.3.4), MF excitations and measurements have to be considered with the association of TDM in the ONE-SHOT method strategy.

In Section 3.4.1, the error propagation through the FDM is estimated in this context based on two quantitative numerical simulations. The discriminability of the raw data is discussed in Section 3.4.2 in two harmonic ranges. In Section 3.4.3, the noise measurement is shown with a discussion of the SNR of the measured data. Finally, Section 3.4.4 introduces the images reconstructed from a set of measurement data.

Analysis of the error propagation

Besides the hardware configuration, the measurement performances strongly depend on the DFT algorithm, which may have an influence on the uncertainty of the output data [START_REF] Betta | Propagation of uncertainty in a discrete fourier transform algorithm[END_REF]. Consequently, there is a great interest in evaluating the systematic uncertainty in the DFT reconstruction. Two simulations are proposed, firstly without noise to assess the systematic uncertainty due to the discretisation of the DFT into P = 512 points and, secondly, another simulation with a noisy signal to assess the propagation of noise in the DFT by quantifying the magnitude change in the Fourier space. 

Noise-free sinusoidal signal simulation

Preliminary experimental results

over the electrodes E n . In addition, the definition of the ground (3.41) suggests a drain voltage:

V exc Drain = -A i sin(2πf exc i p) (3.57)
imposed on the remaining electrode E 16 (Figure 3.11).

The lowest frequency is defined such that it corresponds to the frequency of the DFT computation time window (Section 3.2.3). The DAQ system described in Section 3.3 has a sampling frequency of 1 MS/s, resulting in f exc 1 = (512 µs) -1 = 1953.125 Hz, which is also the resolution in the frequency space. Furthermore, the frequencies f exc i are the harmonics of f exc

1 such that f exc i = if exc 1 .
The amplitude A is 0.8 V, so the drain signal remains in the NI-9262 AO module range limit of ±10.742 V.

The reconstruction of the magnitudes is shown in Figure 3.12. The systematic uncertainty due to the 512 points discretisation of the DFT was of the order of O(1 × 10 -15 ) V. 

Sinusoidal signals with Gaussian additive noise

The second objective was to assess the magnitude of the distortion of the k th harmonic due to the noise in the measured signal. 

Mn (k) =      1 P P -1 p=0 (V meas n (p) + δ(p)) cos(kβ p )   2 +   1 P P -1 p=0 (V meas n (p) + δ(p)) sin(kβ p )   2    1/2 .
(3.59) A simulation was proposed to assess the effects of a noisy signal by quantifying the magnitude change ∆M n (k) = Mn (k) -M n (k). The probability function, δ, of the Gaussian-distributed noise pattern reads:

δ(p) = 1 s √ 2π e -1 2 ( p s ) 2 .
(3.60)

Several noise amplitudes with various standard deviation s were generated and added to the signal V meas n of Figure 3.11. The DFT coefficients of four different frequencies of low and high harmonic range are shown in Figure 3.13. On the abscissa, the Root Mean Square (RMS) of the generated noise δ RM S is compared with the amplitude A of the generated sinusoidal signal as in Equation (3.37).

Due to signal filtering in the DFT computation, the error of the DFT magnitude for a given coefficient remains small by comparison with the original signal. However, the above simulation is based on white noise, which is well filtered by the DFT computation. Nevertheless, in the experimental case, it is important to detect possible constructing interference patterns in the noise, which could correspond to a generated frequency. The lengths of the cables in the DAQ system for instance have to be taken into account to not generate electromagnetic noise at one of the generated frequencies. 

Raw data

The ONE-SHOT method excitation strategy has as its goal one single excitation for all independent pairs of electrodes, resulting in the generation of 240 positive and negatives Mathieu Darnajou, PhD Thesis, October 2020 Preliminary experimental results sinusoidal signals (3.40) of 120 different frequencies for 16 electrodes. Implementing the ONE-SHOT method is a challenging task as it requires fast voltage excitations of arbitrary signals and FFT computation of current measurements, all in parallel over numerous channels. Nevertheless, the simulation results in Section 3.4.1 are a great incentive to build the experiment as described in Section 3.3.

The preliminary results in this experiment are presented to prove the feasibility of using TDM in EIT, based on the simultaneous excitation of 30 positive and negative sinusoidal signals at 15 frequencies and the experimental DFT reconstruction of the same voltage excitation pattern as in Figure 3.11. Two frequency domains are investigated: the low harmonic range where the 15 positives sinusoidal signals are the 15 first harmonics of the DFT frequency f 0 (Section 3.2.3). Furthermore, the high harmonic range contains the harmonics 106-120: as discussed above, these higher frequencies are planned to be generated in the future development of a full simultaneous excitation set, as concretised in Chapter 4.

Experimental results in the low harmonic range

An experiment was set up to measure a homogenous field of conductivity 300 µS/cm. The results in the low harmonic range (Figure 3 3.12). This effect is particularly large for the current in the adjacent measurement of the drain electrode in E 1 and E 15 . These data depend on the electrical conductivity distribution inside the body and have to be considered as well.

•

The magnitudes of the Fourier coefficients in the experimental results were lower for the mid-range harmonics than f exc 1 and f exc 15 : Considering the finite electrical conductivity inside the system, the current resulting from the potential imposed between two neighboring electrodes was larger than the current resulting from the same potential imposed between two opposite electrodes in the circular shape of the EIT sensor [Dupré, 2017]. 

Experimental results in the high harmonic range

The main prospect of the ONE-SHOT method excitation strategy is to consider simultaneous excitations at 120 different frequencies for the EIT sensor of 16 electrodes. As in Section 3.2.3, the frequencies were chosen to be harmonics of the fundamental frequency f 0 . The 120th harmonic f exc 120 was then 234.357 kHz. I have investigated the performance of the ONE-SHOT method in this higher harmonic range. 

Preliminary experimental results

The experimental measurement resulted in the high harmonic range from f exc 106 -f exc 120 is shown in Figure 3.15. The discrimination of the signals by frequency offered equivalent performances to the low harmonic case. However, an important remark is that the signal amplitudes in the high harmonic range were lower than previously due to the impedance of water, which depends on the excitation frequency. The result was a weaker response in amplitude in the high harmonic range for the same conductivity change in the system. The calibration of the amplitude of the generated sinusoidal signals have been developed in order to have a similar response in every harmonic when considering a full set of 120 excitations. However, this calibration reenforce the noise and is not used in the following.

Noise measurement

A set of voltage magnitudes M 0 n (k), defined as in (3.46), was experimentally measured without any excitation to identify the noise spectrum. The results in Figure 3.16 show localized peaks in the noise amplitude beyond the high harmonic frequency domain. The results show five of the 16 electrode channels. The low, high, and very high harmonic ranges are also shown.

The SNR of a signal measured at a given electrode n and tagged with a given frequency k is defined as follows:

SN R n (k) = log 10 λ [M n (k)] λ /R λ ([M n (k)] λ /R) 2 + λ ([M 0 n (k)] λ /R) 2 (3.61)
where λ is the number of data taken for averaging. The noise in the low harmonic range resulted in an SNR of the raw signal of 69.1 dB in the lowest frequency magnitude in the excitation electrode channels when averaging the signal from λ = 20 samples. In a non-excited channel, the signal was O(0.1) weaker, resulting in an SNR of about 60 dB depending on the signal magnitude. In the high harmonic range, the SNR was 59.6 dB for the highest harmonic. The very high frequencies 250 ≤ 500 kHz, bounded above by the Nyquist limit, is considered as excitation frequencies in the next chapter. However, a proper shielding of the DAQ system must be investigated. A large part of the noise was caused by electrical noise in the PCB. For this reason, a new PCB has been manufactured in Chapter 6. Finally, the results showed that the noise completely covered the DFT systematic uncertainty (Section 3.4.1), which is completely negligible.

Image reconstruction from 16 datasets

The main objective of the present work is the implementation of a method to obtain a very fast EIT data frame acquisition rate. From such data, the user can then reconstruct an image with any given reconstruction algorithm in post-processing, a step that I consider to be distinct from the main goal. As an example, we are interested in the image reconstruction of the above data. However, the datasets are incomplete by comparison with the ONE-SHOT method excitation prospects of (3.40). A solution consists of reconstructing the full dataset in the post-processing.

The results described above contained a complete set of excitations for the drain electrode. It is possible to consider another drain electrode and another frequency set to obtain another set of measurements, independent of location and frequency. The rotation of the drain over the 16 electrodes resulted in 16 × 15 = 240 pairs of excitations. The symmetry suggested to consider only half of the data. The full dataset was deduced and contained the decomposition of 240 signals from 120 excitation pairs, measured over the 16 resistances of the PCB. Therefore, the full dataset included a total of 1920 elements. To sum up, the sequential excitations with the drain located on each of the 16 electrodes resulted in a dataset equivalent to the one expected by the full implementation of the ONE-SHOT method.

Several datasets were measured from the inclusion of non-conducting PMMA rods in the test section of Figure 3.3 filled with tap water with a conductivity of σ = 635 µS•m -1 . The one-step least-squares iterative reconstruction method [START_REF] Yorkey | Comparing reconstruction algorithms for electrical impedance tomography[END_REF],Kim et al., 2001] was implemented, and the results are shown in Figure 3.17.

The results showed similar image reconstruction performances as another EIT system [Dupré, 2017] based on TDM and using the same reconstruction algorithm. As usual in EIT, the sensitivity was much higher close to the electrodes. This effect resulted in sharp gradients when imaging the inclusions inserted at the edge.

Finally, the frame rate of the ONE-SHOT method system can be changed by integrating the FFT over more or less data points. For instance, choosing the FFT to be computed over 512 points as considered in this chapter resulted in the frame rate of 1953 fps. In this case, the 120 frequencies can fill all the discrete values from 1953 Hz to the Nyquist limit of 500 kHz with ∆f = 1/512 µs = 1953 Hz the minimal gap between two neighboring values. The high frame rate was at the cost of a large frequency bandwidth.
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Example of real-time application:

A pizza is a real-time pie chart of how much pizza is left.

4

Software development for the ONE-SHOT method

The goal of this research is to achieve high speed acquisition of data frames to image multiphase flows. Each frame contains the maximum number of linearly independent excitations and measurements for a given set of 16 electrodes, using a set of MF signals for the excitation of 16 electrodes. From the state of the art along with the findings of my work presented in Chapter 3 and in [Darnajou et al., 2019], three major issues need to be addressed to improve performances and achieve this high-speed data acquisition... The three major areas that need to be addressed for improved performance in achieving this high-speed data acquisition are:

Contents

Analog signal generation

The first aspect is the generation of continuous signals at 120 distinct frequencies. An important task in this process is the selection of suitable frequencies for good performance of the FDM. A possible solution according to [Lockstone, 1993, Max andLacoume, 2004] is to generate harmonics based on FFT frequency components and their amplitudes matching the frequencies/amplitudes of the generated frequencies. This solution results in a large bandwidth for 120 frequencies, while the signal frequencies are restricted by the Nyquist sampling limit determining the proper detection of the signals at the sensing electrodes. Moreover, harmonics of low frequency interfere with the signals in the upper frequency range, as discussed in [START_REF] Quirás-Olozábal | A novel FPGA-based system for real-time calculation of the Spectral Kurtosis: A prospective application to harmonic detection[END_REF]. We need to address effects of the available bandwidth on the possible data acquisition rates. An alternative scheme for signal generation based on periods based on prime numbers is also presented.

The determination of the signal amplitudes is based on experimental observations. The DAQ system used in my experiments operates within ±10 V for AO, [Darnajou et al., 2019, NI-9039 Documentation, 2016, NI-9262 Documentation, 2017, NI-9223 Documentation, 2016]. The simultaneous generation of the 120 signals implies large values for the temporal derivative of the voltages (dV /dt), imposing restrictions on the output voltage levels in the DAQ system. We discuss, based on experimental observation, methods of maximising the signal output voltage to increase the SNR while keeping good discrimination of the signals at different frequencies for implementing the FDM.

Moreover, the firmware is extended from 15 frequencies to 120 frequencies using a larger Block Random Access Memory (BRAM), which is beyond the capacity of single FPGA chip, given the implementation strategy described in [Darnajou et al., 2019]. There are at least two solutions for extending the capacity of the FPGA. An array of FPGA chips can be used to increase the BRAM. First option enabling the fast operation for high data frames rate necessitates a robust and fast synchronisation strategy, as discussed in [Sanchez Correa and David, 2018]. Second option is the generation of the signals point by point from a pre-computed Look-Up Table (LUT), saved in the FPGA. The second option using the LUT saved in the FPGA is adopted here. For achieving the high-speed operations, LUTs are integrated in the FPGA firmware. This gives no flexibility in selecting the signal generation patterns, once the firmware is compiled.We propose to use one LUT for two AO channels. By using two accumulators incremented in a loop at high speed, I was able to extract two signals at two different frequencies from the same LUT. This strategy permits the firmware to fit into a single FPGA chip while keeping the same flexibility for the signal generation.

Analog signal acquisition

The second task is to build a firmware architecture to acquire 16 analog signals in Mathieu Darnajou, PhD Thesis, October 2020 parallel and apply FFT at the high rate of 1 MS/s. The full implementation of the ONE-SHOT method requires each FFT operation to extract 120 Fourier coefficients per channel. In this architecture, I associate parallel FFT computing and large data transfer, based on DMA, like the work described in [START_REF] Kidav | Architecture and fpga prototype of cycle stealing dma array signal processor for ultrasound sector imaging systems[END_REF].

Output data format

The excitations are based on the association of positive and negative sinusoidal signals used for excitation. The signs of the magnitudes are usually determined from the phase of the Fourier transforms. However, the phase-shift of the signal spreading in the domain is potentially large, creating phase wrapping effects. A solution proposed by [Yang et al., 2017a] is to extract the wrapped phase in image processing with Gabor filter. However, in EIT, the discretisation from the electrodes creates large phase discontinuities and the Gabor filtering cannot be used. In this chapter, I bring a novel solution, based on an intuitive estimation based on the sign matrix of the measured Fourier coefficients.

Finally, the full implementation of the ONE-SHOT method at maximum rate necessitates high performance data buffer to handle up to 75 MB/s of data. This requirement of the data buffer led to the implementation of a high-performance data storage system.

This chapter presents the strategy to implement the ONE-SHOT method in a physical experiment. The Section 4.1 introduces the logics used for analog signal generation and acquisition. The output data format is discussed in Section 4.2. The Section 4.3 details the software to implement the ONE-SHOT method. Finally, the Section 4.4 contains the experimental results, obtain from the measurement of two-phase static flows.

Analog signal generation and acquisition logics

In [Darnajou et al., 2019], I demonstrated the feasibility of discriminating 15 voltage signals, simultaneous pairwise excitation of 16 electrodes. The implementation of the ONE-SHOT method in an EIT module with 16 electrodes requires a set of 120 signals of different frequencies. The complexity for generating a large number of frequencies is balanced by the benefit of a full set of excitation pairs which increases in turn the well-posedness of the inverse problem for a given number of electrodes. In the following, we discuss in Section 4.1.1, the requirements on the frequencies and the constraints for the generation of the signals. Section 4.1.2 concerns the amplitude of the generated sinusoidal signals. Finally, Section 4.1.3 and Section 4.1.4 details the firmware structure and logics of the generation and the acquisition, respectively. In this section, the AO and AI logics are simplified for the reader to get an overview of the strategy. For a complete description of the software, please refer to the Section 4.3.

Excitation frequencies

The discrimination of the excitation signals is achieved using FFT. The number of points considered for the FFT as well as the sampling frequency of the DAQ system Mathieu Darnajou, PhD Thesis, October 2020 suggest the following restrictions on the generated signals.

Firstly, the Nyquist sampling theorem limits the highest usable output frequency. In practice, to avoid aliasing or harmonics noise and ensure the quality of the output signal, the minimum number of samples in a single sinusoid period to compute the FFT is two. For the acquisition system operated at f DAQ = 1 MS/s, the theoretical maximum excitation/acquisition frequency is the Nyquist limit: f Nyq = f DAQ /2 = 500 kHz for a DAQ system operated at 1 MS/s.

Secondly, the residual voltage resulting from the energy stored in the electrodeelectrolyte contact impedance is a great source of error in EIT [Wang et al., 2005,Wilkinson et al., 2005,Dupré et al., 2017a]. However, if a continuous signal is generated, the spurious signals due to contact impedances are eliminated. The solution is to chose the lowest generated signal frequency f 1 to be equal to the FFT computation frequency, which depends on the number of integrated samples. The other frequencies are then chosen such that an entire number k ∈ N of periods fits inside f 1 . Thus, k is the absolute Fourier coefficient as well as the harmonic index and is associated to the frequency f k = kf 1 . Note that the FFT magnitude does not depend on the phase shift, which is an advantage.

In an early stage of the implementation of the ONE-SHOT method, only prime numbers of sinusoid period were considered in order to avoid resonances from lower to higher frequencies. Experimentally, the amplitude of the resonance peaks were measured to be about 1% of the fundamental harmonics. In the current system that excites the 120 independent pairs of electrodes at 120 frequencies, the 120 th prime number, 661, gives a generated sinusoid frequency of 1.2 MHz (0.60 MHz) for an FFT over 512 points (1024 points), which is beyond the maximal frequency f Nyq . Furthermore, the 661 th resonance of an FFT computed over 2048 points is 0.20 MHz and this option could be considered to avoid effects of harmonics in the measurements. The frame rate in the last case is 488 fps which, for 16 electrodes, is the typical rate of the available fast EIT systems based on TDM.

Excitation amplitudes

The voltage generation and acquisition modules are constrained within the range ±10 V. Considering the generation patterns given in [Darnajou et al., 2019], the amplitude A of the sinusoids must be much lower than the generated sum of sinusoids due to constructive interferences between them. On the other hand, the signal amplitude must remain as large as possible in order to reduce the SNR.

Another limit is the maximum variation allowed between two successive generated voltages. A real-time control in the DAQ system allowed to set the adequate value of A = 0.15 V, giving resonance peaks at ±2.25 V. The fast transition between negative and positive signal values cancels the apparition of electrolytic effects [Dupré et al., 2017a, Dupré andMylvaganam, 2018].

Analog signal generation logics

This section details the coding strategy for managing the excitation signals. We give an overview of the software logic blocks, step by step. 2 The acquisition of the data has to be ready before generating any signal. An Interrupt Request (IRQ) is used to warn the HOST that the FPGA is ready to begin acquiring data and is waiting to start the acquisition until the HOST acknowledges it. This is necessary to ensure that the DMA First-In-First-Out (FIFO) in the acquisition firmware (see Section 4.1.4) has been started.

3 Call the Generate Sample Pulse to start generating data points. The rate at which the pulse is called determines the sampling rate for the generation, so that a loop timer is used to enforce the desired sampling period of 1 MS/s. In parallel, the Write I/O Status is called at the same rate to check the status of every generated sample. If an overwrite occurs, the generation is stopped and an error message is reported to the HOST.

4

The HOST Prepare Data for FPGA contains two sub-VIs: Generate Harmonic Parameters, Generate Sines Parameters. As discussed in Section 4.1.1, the frequencies of the generated signals are harmonics of the FFT frequency. To ensure an accurate correspondence, the 120 frequencies are set up using integers, representing the order of the harmonics k of the fundamental frequency. In the next step, the sub-VI Generate Sines Parameters uses Direct Digital Synthesis (DDS) to translate the harmonic numbers into 120 sinusoids accumulator increments at the Unsigned 32-bits integer (U32) format for the FPGA. The sub-VI also provides the amplitude calibration of the NI-9262 AO modules by setting the adequate scaling parameters. To ensure that the FPGA loop starts after receiving the values from the accumulators, these are sent to the FPGA prior acknowledging the IRQ.

5 Each U32 accumulator contains 13 bits to address the 8192 elements stored in a LUT, saved on the FPGA chip. The LUT outputs the addressed element, linearly interpolated between one address and the next one, given by the 16 remaining bits of the U32 accumulator. The LUT returns a 16-bits Integer (I16) by truncating the fractional bits resulting from the interpolation operation. The obtained value is scaled with the signal amplitude. There is a total of 240 positive and negative sinusoidal signals that are dispatched to the 16 electrodes. To avoid a large BRAM on the FPGA, only 60 LUTs are stored on the FPGA. Each LUT is read in a loop at 2 MHz and two values are extracted independently at 1 MHz from two accumulators. The benefit is to control individually the channels in RT, without necessitating a renewed compilation of the firmware.

6 The HOST contains online control functions to confirm that signals are generated, to report loop iteration speed and to report eventual errors at HOST or FPGA levels in RT.

Analog signal acquisition logics

The measurement of voltages over resistors on the PCB gives access to Neumann boundary conditions for the image reconstruction algorithm. The high rate acquisition at 1 MS/s over 16 channels corresponds to a large data transfer rate of 320 MB/s. We found two positive aspects in using FFT: the first is to reduce the data size without altering the data quality by considering only the Fourier coefficients that are related to a generated signal. The second is to act as an efficient bandpass filter. However, the computation of 16 FFTs online requires very high speed computations. The FPGA is a suitable device for this task since it allows the online and parallel transformation of the Mathieu Darnajou, PhD Thesis, October 2020 signals into its Fourier components over multiple channels.

This section details the coding strategy used for the task of acquiring the signals and transforming them into their FFT components. The HOST generation functions 1 , 2 and 6 are also used to monitor the acquisition. The AO and AI FPGA firmwares are implemented together on the single FPGA chip and run in parallel.

The following details the algorithm scheme of f The FFT of each channel is computed in a loop operated at the iteration speed of 1 MHz, as the AI loop. The computation time is managed by the number P of points considered for the FFT. Once all the P measurement data points sequence is transferred for FFT computations, the function outputs the P Fourier coefficients one by one at each iteration of the FFT loop. In a second step, the magnitude of the FFT coefficients are computed at a rate of 1 MHz.

g The extraction of the data through FFT acts as an efficient bandpass filter since only the harmonics of the FFT computation time are considered. Each data point magnitude is of format U32 and addressed with the corresponding Fourier coefficient and channel both at the format Unsigned16-bits integer (U16). The association creates an addressed 64-bits Unsigned integer (U64) data element. At each iteration of the FFT loop, 16 elements for the 16 channels are written in the DMA to be transferred to the HOST computer. More details on the data format will be introduced in Section 4.2.

h The HOST waits for the DMA to collect at least 1920 elements representing one full data frame. The address of the n th electrode and the Fourier coefficient associated with the FFT magnitude M are used to build a data matrix denoted as D.

i The data are either used for online image reconstruction or stored. The image is based on the one step least square iterative reconstruction algorithm [START_REF] Yorkey | Comparing reconstruction algorithms for electrical impedance tomography[END_REF], Kim et al., 2001], implemented using a MATLAB interface in LabVIEW.

The computation time is much slower than the data frame rate obtained with the ONE-SHOT method. Online imaging can be achieved at around a hundred of frames per seconds. For this reason, the data are stored independently in a binary file to assure fast operation.

j As in the signal generation step, the firmware reports errors and checks the synchronisation of AO and AI.

Output data format

In EIT, the data for one measurement are a set of points describing the sinusoidal voltage over one or several periods. However, in practice, only the magnitude of the signal is of importance and the data size can be significantly reduced in the post processing. The computation of the FFT within the FPGA has two additional advantages: Firstly, the output data matrix contains only the magnitudes and its size is significantly reduced. Secondly, the magnitudes of the Fourier coefficients not corresponding to an excitation signal frequency are discarded. This section discusses first a single standard EIT measurement data followed by the full set of measurements case in Section 4.2.1. Then, the ONE-SHOT method dataset developed in [START_REF] Dupré | A simultaneous and continuous excitation method for high-speed electrical impedance tomography with reduced transients and noise sensitivity[END_REF], Darnajou et al., 2019, Darnajou et al., 2020] is recalled in Section 4.2.2, detailing the advantages of using a FPGA-based system for the measurements. The Section 4.2.3 discusses the sign of the measured data points from the ONE-SHOT method. Finally, Section 4.2.4 contains a spectral analysis of the impedance in the bandwidth of the excitation frequencies.

Standard EIT data

In TDM EIT, a single measurement (Figure 4. A single measurement dataset contains

S single = f DAQ n p f (4.1)
Mathieu Darnajou, PhD Thesis, October 2020 measurement points, typically 10 to 100. The measurement over each electrode gives a similar dataset for the total number n e of electrodes.

A large measurement set improves the inverse problem conditioning for image reconstruction. Therefore, maximising the number of measurements improves the description of the boundary conditions for a given set of electrodes. For an EIT system with n e electrodes, there is two ways to maximise the number of measurement. Firstly, by considering excitations between the N independent pairs of electrodes with

N = n e (n e -1) 2 . (4.2)
Secondly, by considering measurements over every electrode, as shown in Figure 4.3. Therefore, from equations (4.2) and ( 4.1), the total number of elements for all excitations and measurements is:

S TDM = S single n e N = f DAQ n p n 2 e (n e -1) 2f . (4.3)
Here, the number of data points per measurement S single is systematically reduced to 1 in the image reconstruction step, where only the amplitude of the Fourier transform is used.

In addition, in order to reduce the error due to contact impedance effects, the TDM based excitation strategy requires dead time between successive excitations [Dupré, 2017], when selecting another pair of excitation electrodes.

Data from FPGA based ONE-SHOT method

On the other hand, the association of FDM with the appropriate FPGA firmware strategy allows to keep only the Fourier magnitudes of interest. The FPGA based FFT permits an online spectral analysis over 16 channels at the rate of 1 MS/s.

The FFT is computed from a P -point voltage measurement sequence {V meas n (p)} with p the discrete time and 0 ≤ p ≤ P . The data points are the magnitudes of the Fourier coefficients in the n-electrode channel, i.e.: (4.4) with β p = 2πp/P , i = √ -1 and a synchronous sampling is assumed. Each 32-bits magnitude data point M n (k) is assigned with the corresponding 16-bits Fourier coefficient and 16-bits n-electrode address as:

M n (k) = 1 P P -1 p=0 V meas n (p)e ikβp ,
M n (k) = 16 bits k + 16 bits n + 32 bits M . (4.5)
The data format of each element is then a U64. Theoretically, for 16 electrodes, it could be possible to reduce the data size by considering only 8-bits for the Fourier coefficients

Output data format and 4-bits for the electrode address. The number of bits allocated to the FFT magnitude must take into account the precision of the FFT reconstruction, which depends on the FFT integration time. The 16+16+32 bits data format is considered in this chapter for future developments of the ONE-SHOT method for 32 electrodes.

The 16 magnitudes measured on the 16 electrodes for a given Fourier coefficient k gives a data vector:

{M n (k)} = M 1 (k) M 2 (k) M 3 (k) ... M 16 (k) , (4.6)
where the M n (k) are U64 elements as in (4.5). A data matrix D then concatenates the set of magnitude vectors for the N Fourier coefficients corresponding to the N generated frequencies, i.e.:

D =          {M n (1)} {M n (2)} {M n (3)} . . . {M n (120)}          , (4.7)
which constitutes a data frame. In this case, by analogy with ( 4.3) the data size is given by:

S FDM = N n e = n 2 e (n e -1) 2 , (4.8)
where only the magnitudes of the Fourier transform are output, which reduces the data size by the factor of S single in comparison with the TDM.

The FFT is computed at a frequency f 1 from P data points, resulting in P Fourier coefficients at the output. The generated signals are of frequency f k with 1 ≤ k ≤ N , and are defined as harmonics of f 1 . Therefore, each coefficient k is associated with a specific frequency value f k . In this setting, the data frame rate is f 1 and the resolution in the Fourier space is ∆f = f k+1 -f k = f 1 . Considering the N independent pairs of electrodes for the excitations, the N th harmonic of f 1 is imposed below the Nyquist limit f Nyq as discussed in Section 4.1.1. One solution consists in generating the firsts N harmonics of f 1 , giving

f k = kf 1 , for k = 1, ..., N .
In addition, among all P Fourier coefficients, only the coefficients corresponding to the N generated signals are of interest. The magnitudes associated to a Fourier coefficient that are not related to a generated frequency are discarded.

Finally, one data frame D of the ONE-SHOT method is represented in Figure 4.4. With its elements in the format of (4.5), D contains 123 kB of information. By comparison with TDM EIT systems, the benefits of the ONE-SHOT method associated with the FPGA implementation strategy is more data frames for an equivalent total data size. 
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Sign of the signal magnitudes

The phase shift φ n between the excitation signal and the measured signal at the n th electrode depends on the frequency, the physical properties and material distribution of the probed medium. We consider the two following possibilities:

Case |φ n | < π/2
The sign of the measured magnitude can be determined from the sign of sin(φ n ) with:

φ n = arctan -P -1 p=0 V meas n (p) sin(kβ p ) P -1 p=0 V meas n (p) cos(kβ p ) , ( 4 
.9)

and we can define the signed data matrix D with its elements given by:

D k n = sin(φ n ) | sin(φ n )| D k n . (4.10)
where D k n denotes the elements of D, defined in (4.7).

Case |φ n | ≥ π/2

The dependency on the frequency or on the distance between the electrodes affects the sign. In this case, experimental parameters affects drastically the images associated with a given flow pattern. A solution is proposed with the introduction of the sign matrix Σ ne for n e electrodes to affect an arbitrary sign to the signals.

The sign of the magnitude on a given electrode is arbitrarily chosen as the sign of the same magnitude for an electrostatic excitation in a homogeneous medium. In other words, the opposite sign of the closest excitation electrode. In the particular case of a measurement electrode at equal distance between two excitation electrodes, the amplitude is found experimentally to be of order O(10 -7 ) A which is a negligible contribution to Mathieu Darnajou, PhD Thesis, October 2020 Output data format the data. To summarise, the n e × N = 16 × 120 sign matrix is defined as follows: .11) with the + andsymbols representing respectively the numbers +1 and -1. The symbols ⊕ and denotes respectively the source and the drain.

Σ 16 =                 ⊕ + + + + + + + ------- ⊕ -+ + + + + + + ------ ⊕ -+ + + + + + + ------ ⊕ --+ + + + + + + ----- ⊕ --+ + + + + + + ----- . . . + + + + + + + ------⊕ - + + + + + + + -------⊕                 , ( 4 
Finally, for a large phase shift, D contains the arbitrarily signed amplitudes of the 120 excitation patterns for the 16 electrodes where the element corresponding to the k th Fourier coefficient and the n th electrode is: (4.12) similar to (4.10).

D k n = Σ k n D k n ,

Spectral analysis of the impedance

The experimental datasets presented in Section 4.4 contain different magnitudes for the same excitation amplitude of all signals. The reason is that the impedance Z of a material depends on the frequency of the electrical excitation Z = Z(f ). We setup an experiment to measure the water impedance dependency on the frequency to explain the trend in the data from MF excitations.

In the following work, opposite electrodes (E 1 and E 9 ) are selected as the source and drain of an imposed alternative electrical potential. The magnitudes and phase responses measured from several NaCl solutions at various conductivities and excitation frequencies are investigated.

Impedance magnitude

As in Figure 4.5, the impedance in the low frequency domain (f ≤ 10 2 Hz) is influenced by the electrode-electrolyte interface [START_REF] Dupré | Electrical capacitance-based flow regimes identification: Multiphase experiments and sensor modeling[END_REF]. The response to an electric potential is the formation of a double ion layer, essentially acting as a dielectric. One layer of ions are formed by the electrons that are absorbed or emitted by the electrode. The ions of the other layer are attracted to the surface due to the Coulomb force. This double layer formation disappears when the frequency increases. At the medium frequencies (10 2 Hz ≤ f ≤ 10 4 Hz), the impedance seems independent to the frequency. In the frame of the ONE-SHOT method, the generation of a full set of signal frequencies within this range can be a solution to obtain a homogeneous magnitude response. However, the data frame acquisition rate is significantly reduced in this situation.
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At higher frequencies (f ≥ 10 4 Hz) the impedance shows an increasing dependency on frequency. This results in a weaker response in amplitude in the high harmonic range for the same conductivity change in the system.

Phase shift

Concerning the phase shift, the results in Figure 4.5 shows that |φ n | π/2 on most of the spectral domain. As discussed in Section 4.2.3, the sign of the magnitude data points cannot be ascertained from (4.10). For this reason, the usage of the sign matrix as given in (4.12) is justified.

The ONE-SHOT method software

The ONE-SHOT method depends heavily on a well functioning hardware and software integration with a precise and fast acting code to handle the many signals involved during generation, transmission and the capture of their respective responses at designated electrodes. I have completely developed the ONE-SHOT method software during the first and second years of my PhD. The development was a tremendous work and necessitated

The ONE-SHOT method software numerous iterations with the LabVIEW support team to push the hardware device at the maximum of its capacities.

The software (Figure 4.6) is operated by LabVIEW, a graphical coding software. For this reason, the detailed explanation of the structure of the code must be based on screen-shots of the code itself. These screen-shots and the explanations can be found in the user guide of Appendix V. limit f Nyq = f DAQ /2 = 500 kHz. In this setting, the image refresh rate is maximised at 3906 fps with a full set of 1920 measurements per frame. It is important to point out that maximising the image refresh rate is at the price of a large bandwidth, i.e. a large difference between the lowest frequency f 1 and the largest frequency f 120 .

We observe that the signal magnitudes are well discriminated from one another. The magnitudes decreases at higher frequencies giving a lower sensitivity at the region of the image excited with high frequency signals.

Static inhomogeneous medium

The dataset of an inhomogeneous medium is shown Figure 4.8. In this experiment, the test section is filled with the same water but includes a non-conducting PMMA rods of diameter 10 mm close to the electrode E 7 , as shown in Figure 3.3. The comparison of Figure 4.7 and Figure 4.8 using the measured data from the electrode E 7 shows the system response for different frequencies. I observe signals of lower magnitudes close to the inclusion on the electrode E 7 and its neighbouring electrodes.

As an example, two images are reconstructed from the homogeneous and inhomogeneous data. The one-step least-squares iterative reconstruction method [START_REF] Yorkey | Comparing reconstruction algorithms for electrical impedance tomography[END_REF], Kim et al., 2001] 

Contact impedance

In TDM based EIT, the effects of contact impedance can be neglected by assuming the current in the measurement channel to be negligible. In practice, this is true since the data obtained from the pair of excitation electrodes are always discarded. Under these assumptions, the ideal circuit model is used for the ensuing calculations.

On the other hand, in the ONE-SHOT method each measurement channel is subject to the full set of simultaneous excitations. It is on an a priori basis impossible to use the ideal circuit model since every measurement electrode is used for excitation at the same time. The demodulation process occurs in different frequency bands, it ensures that a specific measurement associated with a specific channel with the associated frequency band is free from contact impedance effects due to currents at frequencies not in the bandwidth of the actual measurement channel.

A more accurate definition of the problem follows. The effects of the contact impedance from a frequency band to another can be investigated based on the electrode model described in [Wang et al., 2005, Khan et al., 2013]. The equivalent circuit shown in Figure 4.10 neglects the contribution of the diffusion layer impedance. The combination of the charge transfer resistance R e and the double layer capacitance C e contributes to the capacitive effects. It results in a phase shift between the applied current and the electrode potential. The total impedance according to the electrode model is: By applying a MF AC current of the form:

Z(ω) = 1 R e + iω C e -1 + R b (4.13) = R e 1 + (ω C e R e ) 2 + R b -i ω C e R e 1 + (ω C e R e ) 2 .
I = I 0 ne-1 k=1 sin(2πf k t) (4.16)
The total impedance becomes a function of the form: 

Z(ω, f 1 , f 2 , ..., f ne-1 ) = ne-1 k=1 Z(ω, f k ) + ζ(ω, f

Prospects and indication for further work

The following prospects are proposed for future developments. The prospects that are estimated as most interesting/important are given at the top of the list. The proposition written in bold is of top priority.

• The ONE-SHOT method software does not provides the verification that no data is lost during full rate operations. An important improvement of the code consists in verifying that the real time is respected and no data frames are lost during the DAQ process. To do so, each frame can be labelled with an integer N i that indicates the loop iteration i.

If N i+1 -N i > 1
, it means that a data frame is lost.

• Implementation an online reconstruction algorithm on the FPGA as proposed in [START_REF] Zhou | A real-time EIT imaging system based on the split augmented Lagrangian shrinkage algorithm[END_REF]. The image reconstruction algorithm can be handled very fastly by the FPGA. If the FPGA code provides an online image reconstruction at 3906 fps, the images can be directly saved, reducing the data size.

• We have seen that due to the impedance dependancy to the frequency given by the Bode diagram, the image contrast is larger for low frequency excitation. In the current distribution of the excitation frequencies, the low frequencies are located in the same region, resulting in a higher contrast. I propose to improvement the CASE1 to distribute the frequencies with an optimal pattern.

• Quantify the cross-frequency impedance term ζ(ω, f 1 , f 2 , ..., f ne-1 ) compared to the impedance Z(ω, f k ) in the analysis of contact impedance with MF current excitations.

• New hardware system for 32 electrodes ONE-SHOT method. The corresponding full implementation requires the simultaneous excitation and measurement of 992 signals at 496 frequencies. The implementation of a 32 electrodes EIT with simultaneous excitations will be discussed in Chapter 6
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-"Help! My husband is unconscious! Are you a doctor?" -"Yes, but I am a doctor in physics. I am not sure I can help..." -"Please he is dying!" -"Ok, but first I need a cylindrical man in the vacuum."
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Application to accidental scenarios in nuclear power-plants

EIT is considered for flow measurements in the primary circuit of Pressurised Water

Reactors (PWR) due to the electrical conductivity difference between water phases and also for its non-intrusiveness, robustness, and relative low-cost in comparison with other tomographic techniques. The subject of special interest is the physics in the hot leg, as flow directions can change or even counter current flow conditions can occur [Jeong, 2002, Vallée et al., 2012, Querol et al., 2015].

The highest data frame rate in standard EIT based on TDM is not fast enough to image the quickly evolving flows of accidental conditions in the hot leg. Furthermore, the data obtained from this strategy is altered due to the contact impedance at the electrode electrolyte interface. For this reason, I am interested in applying the ONE-SHOT method for its advantages, in particular the high frame rate. Furthermore, the errors due to the contact impedance are canceled with the continuous excitations... This chapter discusses the application of EIT to measure the flow patterns in several accidental scenarios in the primary circuit of PWRs. These scenarios are introduced in Section 5.1, with a discussion of the applicability of EIT in a particular region of the primary circuit. The Section 5.2 relates the experimental results of measurements of fastly evolving two-phase flows in a horizontal pipe using the ONE-SHOT method. In a second experiment, introduced in Section 5.3, the ONE-SHOT method is tested on a high pressure and high temperature hydraulic loop.

The Lost Of Coolant Accident (LOCA) in the hot leg

The design of nuclear power-plants is required to anticipate various operational occurrences, including accidental scenarios. One of the basis scenario for PWR concerns the failure of a pipe element in the primary side, leading to the Lost Of Coolant Accident (LOCA). Although a major loss of coolant, fission product decay heat generated in the fuel would raise its temperature in absence of water coolant. In such context, it is required to avoid fuel melting and dispersal in order to minimise radiological consequences to the public.

The Section 5.1.1 briefly overviews the main accidental scenarios in a PWR. Then the Section 5.1.2 focuses on a particular accident that creates harsh flow patterns. The electrical conductivity in the hot leg for several phases is discussed in Section 5.1.3. Finally, Section 5.1.4 contains the simulation of EIT images of a particular flow, expected in this accidental scenario.

Accidental scenarios and design of nuclear power-plants

For accidental conditions, several criteria must be fulfilled to validate the design of a nuclear reactor. The main criterion being to cancel or impose drastic limits on the radiological effects onto the public. However, regarding this objective, numerous criteria are required on safety subsystems of the reactor, based on anticipating every risks and their probabilities to occur (Table 5.1). As an illustration, it was already generally accepted from the late sixties that in order to minimise radiological consequences to the public, it is mandatory to avoid core melting and fuel dispersal. Therefore, it became necessary to design the Emergency Core Cooling System (ECCS) to prevent this risk during all phases of a design basis accident. Introducing this element naturally led to the criterion that the fuel must be maintained under a coolable geometry during the whole LOCA sequence.

A loss of coolant can occur from the thinnest aperture to a large gap between pipe elements. The origin of the LOCA scenario is generally a pipe break but it can also be originated from the failure of any isolation valve connecting to the primary circuit. Depending to the size of the broken element, the scenario will be called Small LOCA Break (SBLOCA), Intermediate (IBLOCA) or large (LBLOCA). The phenomenology is expected to be specific to each kind of LOCA. In the following, I have focused on the two extreme scenarios. In SBLOCA, the broken pipe has an area in the range of 1% to 6% the area of the cross-section of the pipe. These two limits are obviously questionable. During the SBLOCA, the leakage through the break results in drop of primary system pressure due to loss of energy and water inventory from the break. After the pressure drop, steam bubble appears inside the circuit.

In LBLOCA, the main primary pipe is expected to break in double-guillotine: an equivalent break area of 200% the area of the cross-section of the pipe. As a result, a quick depressurisation occurs with the apparition of two-phase flows.

In order to anticipate these accidents and design a nuclear power-plant able to withstand these scenarios, it is fundamental to asses precisely the phenomenology. The subject of special interest is the physics in the hot leg, as fastly evolving flows including counter current flow conditions can occur [Jeong, 2002, Vallée et al., 2012, Querol et al., 2015]. The safety and licensing analyses of nuclear power-plants are performed with bestestimate thermal-hydraulic system codes. These codes are also used in the design of advance reactors. The evaluation of these codes and the estimation of the accurateness and performance must be accomplished by comparing the code predictions to actual experimental data, obtained on different test facilities [Aksan, 2008].
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The Large LOCA Break (LBLOCA) scenario

Since the gas flux is tiny in SBLOCA, it mostly results in two-phase flows of well known flow regime. On the other hand, the LBLOCA results in extremely complex thermo-hydraulic phenomena. The LBLOCA impacts all the main elements in the primary circuit (Figure 5.1).

The steam generator acts as a steam source. The water evaporates with the flow in the U-tubes with a possible plate-out of boric acid inside the U-tubes. In addition, the steam generator constitutes an additional flow resistance and to steam binding. In the reactor pressure vessel, the high flow resistances induces swell-level depression. The reactor coolant pump impeller is at standstill and constitutes a large pressure drop in the loop. Below the reactor coolant pump forms two-phase flow mixtures with the constitution of additional head losses.

Finally in the hot leg, the pressure in the pipe is expected to be 40 bar. The temperature of the water in the hot leg is generally around 300 • C. During a LBLOCA in the hot leg, the water inventory in the primary circuit will be reduced and different two-phase flow patterns can occur. The entrainment of water mixes with the steam flow and potentially with boric acid.

Electrical conductivity in the hot leg during LOCA

In this work, I have focused on EIT to measure the flow patterns in the hot leg since it provides an opportunity for non-intrusive measurement potentially applicable at high temperature and pressure. Such measurement techniques are considered for hydraulic loops since they do not disturb the flow pattern and would be operational in accidental conditions provided that the electrodes are robust enough to withstand the fluid properties under such circumstances.

The EIT image is an estimation of the variation of electrical conductivity σ to a reference image, measured on a homogeneous flow before the accident begins. The conductivity within the pipe depends on three main components : The phase of the water, its temperature and the concentration of boron. These three parameters and their effects on the electrical conductivity are discussed in the following.

Conductivity of the different phases of water

The phase of the water within the pipe is responsible of the main variation of the conductivity. The last were calculated [Marshall, 1987] for a supercritical liquid water at T ∼ 300 • C to be σ = 3.5 µS/cm for P = 100 bar.

Steam is, as all gases in general, a very poor electrical conductor. Usually, a gas conducts electricity when the voltage is high enough to ionize its atoms. However at this point, it becomes no longer correct to consider a gas, but a plasma. The ionization of water with an electrical potential is called electrolysis. In EIT, the voltage between two electrodes is typically around 1 V so the electrolysis reaction does not occur. In these Mathieu Darnajou, PhD Thesis, October 2020 conditions, the conductivity of the steam is < 10 -5 µS/cm and is generally approximated to zero.

Conductivity variations with temperature

The temperature gradient from T ∼ 300 • C to T ∼ 250 • C that appears in the liquid phase during the accident is responsible for the second main variation of the conductivity.

From Figure 5.2, experimental results shows that the electrical conductivity of water at low pressure in this range varies between σ = 3.0 µS/cm and σ = 3.5 µS/cm. Furthermore, the thermal conductivity λ of the water at T ∼ 300 • C and P = 150 bar is [START_REF] Kretzschmar | International Steam Tables[END_REF]] λ = 0.55 Wm -1 .K -1 . et al., 1971] from 50 • C to 271 • C and [Light, 1984] from 50 • C to 271 • C with the values calculated in [Marshall, 1987]. 

Conductivity variations with boron concentration

Boron is used as a neutron poison because of its neutron absorbing properties. Absorbing neutrons is important to control the excess reactivity of a reactor core due to having more mass at beginning of life than needed for criticality.

The concentration of the Boron in the pipe is the third factor affecting the conductivity. Consisting of two stable isotopes 11 B (80.1%) and10 B (19.9%), the Boron is commonly used as a neutron absorber due to the high cross-section between thermal neutrons n and Boron 10 isotopes. The main reaction is :

The Lost Of Coolant Accident (LOCA) in the hot leg with the production of a 7 Li Lithium atom associated with an α particle. The electrical conductivity of the Boron is σ B = 5.10 -6 S.m -1 .

The concentration of boron in water affects its conductivity as shown in Figure 5.3. In order to maintain a negative coefficient, the boron concentration in the primary coolant must be less than about 1000 ppm [British Electricity International, 1992]. In practice, the boron concentration drops to zero after few hundreds of effective full power days. For this reason, the estimation of the effects of boron concentration on the conductivity in an accidental scenario must take into account the operation context of the reactor.

To conclude, the gradient of the conductivity results in large contrast for changes between water phases. By comparison, the electrical conductivity gradient to the variation of temperature and boron concentration is tinier in the range of variations expected in the hot leg.

Simulation of EIT measurements of accidental flows

During the LBLOCA in the hot leg, the level of water decreases leading to a stratification with water and steam (Figure 5.4a.). The condensation of the steam on the inner wall of the pipe creates a flow, which is cold by comparison with the temperature of the primary water. Furthermore, these cold flows are also poor in boron concentration since the boron does not evaporate in the steam. The simulation of this phenomena has been handled with EIDORS (Section 2.1.1). The Figure 5.4b. is the simulation domain, containing four regions:

• On the top, the condensation water has no boron and an arbitrary electrical conductivity of σ = 3.0 µS/cm has been set.

• The steam phase is modelled with a very low electrical conductivity of σ = 10 -5 µS/cm.
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• The water with boron has a slightly higher electrical conductivity than pure water. It has been modelled with an electrical conductivity of σ = 3.5 µS/cm.

• Finally, at the bottom of the pipe, the "cold" water stratification is expected to have a temperature of T ∼ 250 • C. This stratification is modelled with an electrical conductivity of σ = 3.0 µS/cm since it provides from the condensation at the top of the pipe.

As it is difficult to estimate the temperature and the boron concentration drop between the two liquid phases at the bottom of the pipe, the two effects have been modelled together with a conductivity change of ∼20% of the conductivity of liquid water at T ∼ 300 • C and P = 100 bar. The Figure 5.5 contains the reconstruction of this domain from EIT sensors containing different number of electrodes. In this particular situation, an EIT sensor containing more than 32 electrodes seems to give more accurate images. The EIT data acquisition system must be extremely accurate to measure temperature or boron concentration variations in two phase flows. For this reason in what follows and Mathieu Darnajou, PhD Thesis, October 2020 Fastly evolving flows experiment as a first step, I only consider two phase flows measurement. In future development, it could be an interesting topic to measure temperature and boron concentration gradients in two phase flows, measured with EIT.

Fastly evolving flows experiment

An experiment were set up on a horizontal water/air two-phase flow rig to test the performances of the ONE-SHOT method in the context of fastly evolving two-phase flows. The experimental campaign were performed between October 14 th and October 25 th , 2019 at the University College of South-eastern Norway (USN), campus Porsgrunn.

The setup used along the experiment is introduced in Section 5.2.1. In a first time, two LOCA scenarios were considered in this experiment. In Section 5.2.2 the SBLOCA is modelled with a low air rate introduced in water flows of several velocities. Then in Section 5.2.3, the LBLOCA is modelled by suddently increasing the air rate in the pipe filled with a water flow. In a second time, the measurement of 80 different flow patterns were performed as discussed in Section 5.2.4.

Experimental setup

The two-phase flow experiments have been carried out at the multiphase flow rig at USN, schematised in Figure 5.6. The flow rig enables the mixture of air, water and oil on a horizontal pipe. Each medium flowing into the pipe section is monitored independently using dedicated flow meters. The following experiment considers only air/water mixture to reproduce the flows in PWRs.

The input mass flow rates are accurately controlled and monitored by Coriolis flow meters. One can select water mass flow rates up to 150 kg/min and air mass flow rates up to 5 kg/min. The pipe inner diameter is 56 mm and its length is 15 m long so the flow is fully developed in the measurement section at its end.

Three independent flow measurement systems are placed in cascade : the EIT sensor, the ECT sensor and the Gamma ray Densitometry (GD) sensor.

ECT sensor

The dual-plane 12-electrodes ECT sensor (Section 1.2.4) operates at a frequency of 1 MHz and is able to reconstruct 100 images per seconds on two layers.

EIT sensor

The DAQ controller and the PCB are connected to an EIT sensor of diameter 51 mm which contains a set of 16 electrodes of surface 1 cm × 0.5 cm. The excitation strategy uses the ONE-SHOT method which is operated by the ONE-SHOT v3.2 software. Each of the 120 positive and negative excitation signals has an amplitude of 0.2 mV. Their frequencies vary from 31 kHz to 499 kHz. The FFT in each electrode channel is computed Mathieu Darnajou, PhD Thesis, October 2020 over 256 data points at the rate f DAQ = 1 MS/s. Therefore, each data frame contains 1920 measurement data points. The frames are recorded at the rate of 3906 fps.

Gamma ray Densitometry (GD) sensor

The S-Tec Density Transmitter DT-9300 [S-TEC Sensor Technology, 2019] is a microprocessor based precision instrument for the measurement of density of liquids and suspensions. It is associated to a source holder SH-79XX which includes a 1.85 GBq (50 mC) radioactive 137 Cs source. The source holder SH-79XX and the Density Transmitter DT-9300 are clamped to the process pipe. The Density Transmitter DT-9300 contains a plastic scintillator to measure the absorption of the gamma rays passing through the region of interest.

Modelling of Small LOCA break (SBLOCA)

SBLOCA are characterised by long periods (tens of minutes to hours) during which the core of the reactor remain covered and assure a relatively high pressure. A SBLOCA can result in tiny bubbles flowing quickly in the pipe.

Mathieu Darnajou, PhD Thesis, October 2020 A series of images (Figure 5.7b. and c.) are reconstructed from the inhomogeneous dynamic flows with the one-step least-squares iterative reconstruction method, introduced in Section 1.3.4. The ONE-SHOT method successfully measured 156 frames of the bubble passing the cross-section of the electrodes in 40 ms. This series of experiments shows for the first time EIT images at nearly 4 000 fps. With the new ONE-SHOT method, it becomes possible to measure very fast processes with EIT.

Mathieu Darnajou, PhD Thesis, October 2020 A real time operation of the ONE-SHOT method associated to a void fraction estimation algorithm such as [Dang et al., 2019] is a powerful tool to detect fastly traveling bubbles. An appropriate triggering allows to detect and record variations with a measurement every 256 µs with the ONE-SHOT method operated at nearly 4 000 fps.

Modelling of Large LOCA break (LBLOCA)

The main difference between a SBLOCA and a LBLOCA are the rates of coolant discharge and pressure variation with time. This implies the domination of gravity effects in small breaks compared to inertial domination effects in large breaks.

LBLOCA were modelled with the following process. Firstly I closed the air valve and activate the water pump with several flow rates for several experiments. The water flow rate were set to 60, 80, 120 and 140 kg/min. Secondly, the air flow rate were set to a tiny value, while keeping the valve closed, in order to increase slowly the pressure. Thirdly, the air valve were open creating a fast transient from homogenous flow to slug flow. The first slug for each water flow rate is recorded with the EIT, ECT and GD sensors.

As a result, the ECT sensor and GD sensor both failed in measuring accurately the transient since the data appears as a step function. The first 300 ONE-SHOT method EIT data frames of the first slug for the four water flow rates are shown in Figure 5.10. The representation of the data is the center pixel column of the images.

The NOSER image reconstruction algorithm is chosen for its rapidity and simplicity to implement online. Other reconstruction algorithms with better accurateness could be implemented from these data. However, I consider this work as a separated study and keep the focus on high EIT data frame acquisition rate.

Flow patterns experiments

In the horizontal configuration, stratified smooth, stratified wavy, annular, plug and slug flows can also be generated by selecting the water and air mass flow rates. Only the dispersed bubble flow cannot be generated because of the limitations of water mass flow rates.

In addition to the LOCA modelling, a series of 80 flows have been created by changing the air and water flow rates (Figure 5.11 and Figure 5.12). The list of flows is available in Table 5.2 andTable 5.3. The data from the ECT, the GD and the ONE-SHOT v3.2 of these flow experiments have been used in two independent studies. Firstly in a flow regime identification algorithm based on deep learning in [Poverud, 2019]. Secondly in a work on eigenvalue analysis in [REF Chunhui]. In the last, the correlation between GD and ONE-SHOT method measurement shows an agreement between the two measurement techniques.
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High pressure and high temperature flows experiment

The applicability of EIT to measure flow patterns in the hot leg necessitates to validate the technique in a high pressure and high temperature environment. The Section 5.3.1 introduces two thermo-hydraulic experiments to model accidental scenarios in the hot leg of a PWR. The load specifications and design of the EIT sensor to perform measurements in these loops are discussed in Section 5.3.2. The deformation of the material in the EIT sensor and the effects on the measurement is quantified based on a numerical simulation in Section 5.3.3. Finally, the early results of a first EIT measurement series in high pressure and high temperature conditions are presented in Section 5.3.4.

Primary circuit modelling flow rigs

The frame of this experimental work it to assess the usability of EIT to measure flow patterns in the hot leg of PWRs during a LOCA. The idea is to plug an EIT sensor into Mathieu Darnajou, PhD Thesis, October 2020 5.2 and Table 5.3.

a high pressure and high temperature thermo-hydraulic flow rig such as the PKL test facility. In a first step, prior to operate the very large PKL facility, it was necessary to validate the EIT measurement in primary conditions on the Benson loop, a tinier thermo-hydraulic flow rig.

The PKL test facility

The necessity to analyse thermal-hydraulic related accidental scenarios led to the conception of reactor flow modelling experiments. In the seventies, reactor safety researches were focused on the experimental and theoretical analysis of the LOCA scenario in order to verify the effectiveness of the ECCS. In 1977, the German Ministry of Research and Technology supported Siemens/KWU to place in service the large-scaled test facility PKL (from the german abbreviation for PrimärKreisLauf, i.e. primary circulation) at the Framatome research center of Erlangen, Germany. The PKL experiment performed various experiments through numerous upgrades for over fifty years. The results have significantly contributed in understanding highly complex hydraulics behaviours involved in various accidental scenarios, improving the control, the safety as well as thermal hydraulics computer codes.

The four-loops facility (Figure 5.13) models completely the primary circuit of a nuclear power-plant plus the boiler of the secondary side. The design (Table 5.4) is a 1:1 scale model in heights of a PWR of the 1,300 MW class and was outlined with the Philippsburg 2 nuclear power-plant as reference [T. Mull, 2004]. Volumes are modelled with a scaling factor 1:145 of a typical 1,300 MW nuclear power-plant, corresponding to a hydraulic reduction of 1:12. The core is modelled with a set of 314 electrically heated rods, supplied with a power of 2.5 MW corresponding to 10% of the nominal power at scale. 

The Benson loop

The Benson loop is another high temperature high pressure boiling test facility located in the same area as PKL at the Framatome research center of Erlangen in Germany. The Figure 5.14 shows the scheme of the Benson loop. The pressure in the loop can reach up to 330 bar, the heating capacity is 2000 kW, the maximum temperature is 600 • C, and the maximum mass flow rate is 28 kg/s.

The EIT sensor for high pressure and high temperature measurements

The design of the EIT sensor is imposed by the specifications of the available measurement region in PKL. However, according to the results of Chapter 2, if the measurement region size changes, it is preferable to have a region that is longer than the diameter of the pipe. The dimensions of the test section at the benson loop have been chosen to be As discussed in Section 2.3, the remaining specifications concerns the electrodes. Since the electric potential is imposed during measurements, the image reconstruction quality of the images is optimised for the largest area of the electrodes. The angular size is maximised, limited by technical constraints with a gap of approximately 1 mm. The axial size affects the leakage of current that spreads the energy outside the sensitive region. From the results of the simulation in Section 2.3, a maximum of energy were found in the sensitive region for electrodes axial length of 84% of the distance between those conductive pipes. This ratio is verified for any length and any diameter of the measurement section. The symmetry of the stratified flow in PKL and the expected reduction of the noise from Ohm's law are good arguments to choose long electrodes in order to maximise the sensitive area. The summary of the requirements on the design that are expected to optimise the image reconstruction quality is presented in Table 5.5. The Figure 5.15 contains the schematic of the design of a sensor that contains the characteristics discussed above, and that can fit in the PKL and Benson thermo-hydraulical loops. Some dimensions (Width of the plates, the wire, and space between electrodes) are only limited with technical constraints since there is no particular need except the insulation between the electrodes and with the pipes up and down-stream. The final EIT sensor, build by Framatome GmbH from these load specifications, is shown in Figure 5.16.
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Dimensional variations due to temperature and pressure

The final design of Figure 5.16 has an inner insulated layer made in PEEK. Contrary to stainless steel, peek can be significantly deformed by high temperatures. This deformation can create a gap (Figure 5.17), filled with water and making an external circuit for the current between the electrodes. Another effect is the current leaking through the stainless steal that surround the peek layer in which the electrodes are plugged. These effects were quantified prior to manufacture the EIT sensor. In order to assess the effects on the measurement, a simulation (Figure 5.18) were developed with FreeFEM++ to estimate the energy involved in the inner circuit: If the last is tiny compared to the energy within the pipe, the related measurement error is expected to be tiny. The simulation were based on the following assumptions:

• The simulation is in 2D. The case in 3D is expected to give a tinier leaking energy compared to the energy inside the pipe. This is explained by the fact that the volume created by the pipe is bounded in the z-axis by the electrodes length, as contrary to the energy inside the pipe that is spread in the water.

• The detector leaking current were simulated for an excitation between adjacent electrodes. If the related energy is tiny, the leaking energy between distant electrodes is expected to be tiny as well, as the circuit created by the gap increases more than the distance between the electrodes.

• The pipes were considered with an infinitely large diameter. For the sake of simplicity, the electrodes surfaces are considered coplanar.

The boundary conditions are the following: On the electrodes, and their stems, a current of ± 1 A is imposed. On the insulated borders, the current is 0 A. On the conductive stainless steal pipe, the potential is imposed to be 0 V. Finally, the borders on the left, right and bottom of the electrodes (within the pipe) are taken sufficiently far so the current density goes to zero on their surfaces. This figure is used for illustration purpose and does not contain any actual data.

In the first stage of the experiment, only the test series at 20 bars have been considered. The investigated mass flow rates are 0.22 kg/s, 0.4 kg/s and 1.0 kg/s. At each flow rate, the EIT system is employed to take measurements at 11 different values of steam quality. It has to be mentioned that only stratified flow is obtained during the test due to the restriction of the facility.

Experimental results

During the tests in BENSON loop, the real-time imaging shows poor result, the images between neighbour frames change greatly and the stratified configuration can hardly be distinguished. The high electromagnetic noise in the laboratory due to the water heating process results in a high noise level in the data: the EIT sensor necessitates a proper shielding for future tests. However from the data, not shown in this thesis, we can barely assess a stratification level which is an encouraging result.

Prospects and indication for further work

The following prospects are proposed for future developments. The prospects that are estimated as most interesting/important are given at the top of the list.

• We have seen that EIT can be potentially applicable for temperature and boron concentration gradients measurement. However the electrical conductivity is less altered than in two-phase flows. The measurement of temperature and boron concentration in two-phase flows necessitates a high precision EIT data with low noise.

• The PKL experiment is a very large facility that is operated less than once a year. Therefore, the EIT measurements at PKL to measure the thermo-hydraulic phenomenons during a LOCA necessitates a perfect coordination between Framatome GmbH and the CEA. I hope such experiments will be possible in a close future.
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"Coltrane, you can't play everything at once!"

Miles Davis
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The COLTRANE method

In the ONE-SHOT method, all linearly independent pairs of electrodes are considered to create a strategy of simultaneous excitations and measurement. As introduced in Section 1.3.1, there are only (n e -1) linearly independent excitation patterns for a system containing n e electrodes. The Fourier basis functions are a natural choice to describe the linearly independent patterns:

1 √ 2π e inθ .
Starting from the ONE-SHOT method, it is possible to consider a full set of simultaneous trigonometric excitations, leading to a higher image rate. In this chapter, the concretisation of this idea follows, with the Continuous Overlapping operations with Linear Trigonometric Response ANalysis for EIT (COLTRANE) method... The simultaneous trigonometric excitation strategy is discussed in Section 6.1, with the presentation of its software implementation. The measurement strategy and the output data format of the COLTRANE method are presented in Section 6.2, including experimental results. Finally, Section 6.3 discusses the preliminary work to develop the COLTRANE method for 32 electrodes.

Excitation strategy and software implementation

The set of simultaneous excitation is decomposed in spatial oscillations describing the Fourier basis of ( 6) and time oscillations with different frequencies to discriminate the trigonometric patterns with FDM.

In the following, the generated simultaneous trigonometric signals are defined in Section 6.1.1 and Section 6.1.2. The practical implementation of this excitation pattern based on a new structure is discussed in Section 6.1.3.

General Spatial trigonometric excitation pattern

Trigonometric strategy was proposed as an optimal excitation pattern to maximise the ability of the EIT to distinguish materials with similar conductivities. In each stimulation pattern, a static set of voltages {V sta n } is imposed at the electrodes {E n } and forms a set of cosine and sinusoidal signal functions with different spatial frequencies m (Figure 6.1). Given an arbitrary number n e of electrodes, one defines the static potential V sta n,m imposed on the electrode E n with: • A is the amplitude of imposed voltage.

V sta n,m = A δ O m cos(mθ n ) + δ E m sin(mθ n /2) , ( 6 
For a given set of n e electrodes, all independent excitation patterns are fully described with (n e -1) different spatial frequencies.

General simultaneous trigonometric excitation pattern

In the COLTRANE method, each spatial frequency m in (6.1) is associated to a time frequency f m and simultaneously imposed on every electrodes.

Each simultaneous excitation potential V exc n contains a superposition of (n e -1) trigonometric patterns, each of which oscillating with a particular frequency f m :

V exc n (t) = ne m=1 cos(2πf m t)V sta n,m (6.2) = A ne m=1 cos(2πf m t) δ O m cos(mθ n ) + δ E m sin(mθ n /2) . (6.3)
Here, the excitation pattern ensures that the sum of boundary voltages ne n=1

V exc n (t) = 0, (6.4) at any time in order to set a constant ground value. Finally, the COLTRANE method consists in imposing simultaneously the set of potentials {V exc n (t)} over the set of electrodes {E n }.

Practical implementation

The COLTRANE method is implemented with LabVIEW. The code is an adaptation of ONE-SHOT v3.2 with the new trigonometric excitation pattern, also based on two levels: HOST and FPGA. While the HOST sends continuously the frequencies and amplitude parameters to the FPGA, the latter takes the data points 16 by 16 in a loop cadenced at the high rate of 1 MS/s to create 16 analog signals.

Since LabVIEW is a graphical coding software, the detailed explanation of the structure of the code must be based on screen-shots of the code itself. These screen-shots and the explanations of the main differences with the ONE-SHOT method software can be found in the user guide of Appendix VI.
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Measurement and output data format

This section presents the COLTRANE method measurement strategy, configuration and data format. In Section 6.2.1, the measurement based on FDM is presented. The practical setting of the measurement and FFT parameters are discussed in Section 6.2.2. The data format from the COLTRANE method is presented in Section 6.2.3. Finally, the sign matrix for the COLTRANE method data is computed in Section 6.2.4.

Measurement with FDM

In the COLTRANE method software, the host computer controls the FPGA to provide a fast generation of 16 arbitrary signals, detailed in Section 6. The Fourier transform of the measured signal is computed from a P -point current measurement sequence {I n (p)} with p the discrete time and 0 ≤ p ≤ P :

X n (k) = F[I n (p)] = θ R P -1 p=0 V meas n (p)e ikβp (6.5)
with β p = 2πp/P , i = √ -1 and the normalisation factor θ = 1/P . Let's consider the FFT to be computed at a frequency f 1 , the rate at which P Fourier coefficients at the output.

The key to assure a discriminability consists in imposing the frequencies f m of the generated signals (6.11) to be harmonics of f 1 . Therefore, each coefficient k is associated with a specific frequency value f m . In this setting, the data frame rate is f 1 and the resolution in the Fourier space is ∆f = f m+1 -f m = f 1 . We note that the highest frequency is restricted below the Nyquist frequency f Nyq = 1/2∆p and ∆p the sampling time.

Another limit is the maximum variation allowed between two successive generated voltages. A real-time control in the DAQ system allowed to set the adequate value of A = 0.15 V, giving resonance peaks at ±2.25 V. The fast transition between negative and positive signal values cancels the apparition of electrolytic effects [Dupré et al., 2017a, Dupré andMylvaganam, 2018].

Data format

In my example for 16 electrodes, the measurement precision of the NI-9223 AI modules suggests the fixed-point data format with 20 bits allocated to the number including 5 precision digits. The electrode index n ∈ [START_REF]MS/s/ch Simultaneous, ±10 V, 6-Channel C Series Voltage Output Module[END_REF]16] Fourier coefficient k ∈ [START_REF]MS/s/ch Simultaneous, ±10 V, 6-Channel C Series Voltage Output Module[END_REF]15] can be described by 4-bits binary numbers.

Considering the next upgrade of the COLTRANE method for 32 electrodes (Section 6.3), each magnitude data point M n (k) is assigned with the corresponding Fourier coefficient and n-electrode address as:

M n (k) = +, 8, 0 k + +, 8, 0 n + ±, 16, 11 M , (6.7)
where the fixed-point format s, b, p is used with s: signed/unsigned, b: number of allocated bits, p: number of precision bits. The data elements of (6.7) are of the format

U32.

The n e magnitudes measured on the n e electrodes for a given Fourier coefficient k, i.e. a given frequency f m , gives a data vector:

{M n (k)} = M 1 (k) M 2 (k) M 3 (k) ... M ne (k) (6.8)
where the M n (k) are U32 integers as in (6.7). A data matrix D then concatenates the set of magnitude vectors for the n e -1 Fourier coefficients corresponding to the n e -1 generated frequencies, i.e.:

D =          {M n (1)} {M n (2)} {M n (3)} . . . {M n (n e -1)}          (6.9)
which constitutes a data frame. In this case, the data size is:

S = n e (n e -1) (6.10)
where only the magnitudes of the Fourier transform are output.

According to (6.10), the size of one data frame is S × 32 bits = 4.0 kB. By comparison, the same number of electrodes under the ONE-SHOT method gives a data frame size of 127 kB without any additional information on the boundary conditions. Furthermore, the equivalent dataset for EIT based on TDM is of order 10 to 100 larger [Darnajou et al., 2019].

To conclude, apart from the higher data frame acquisition rate, an important advantage of the COLTRANE method is to reduce the data size by a factor n e /2 by comparison with the data from the ONE-SHOT method [Darnajou et al., 2020].

Sign of the signal magnitudes

The FFT returns the magnitude and the phase. The sign of each datapoint is estimated from the phase. From (6.11), let us consider the excitation signal: (6.11) imposed on electrode n at a given frequency f m . Its phase is given [START_REF] Max | Méthodes et techniques de traitement du signal -5ème édition[END_REF] by:

V exc n,m (t) = A cos(2πf m t) δ O m cos(mθ n ) + δ E m sin(mθ n /2) ,
φ V n (k) = arctan -P -1 p=0 V meas n,m (p) sin(kβ p ) P -1 p=0 V meas n,m (p) cos(kβ p ) (6.
12)

The phase φ I n (k) of the current I meas l (t) measured on electrode l at frequency f m is:

φ I l (k) = arctan -P -1 p=0 I meas l (p) sin(kβ p ) P -1 p=0 I meas l (p) cos(kβ p ) (6.13)
Assuming a synchronous sampling between AO and AI, the phase shift Φ n,l between the excitation voltage and the measured current is: The phase shift depends on the design of the EIT sensor and the nature of the flow. If the phase shift is large, wrapping effects makes impossible to reconstruct the sign of the data. In [Darnajou et al., 2020], two cases were identified:

Φ n,l (k) = φ I n (k) -φ V l (k). ( 6 
|Φ n,l (k)| < π/2 and |Φ n,l (k)| ≥ π/2.
In the former case, the sign of the datapoint is computed from (6.14) and (6.15). Therefore the signed data matrix D is given by: (6.16) where D m n denotes the elements of D. On the other hand, if |Φ n,l (k)| ≥ π/2 the wrapping is too important to estimate the sign of D k n from (6.14). The solution I propose consists in introducing the sign matrix Mathieu Darnajou, PhD Thesis, October 2020 Σ ne for n e electrodes to allocate an arbitrary sign to the data. The sign matrix Σ ne is estimated from the sign of the excitation signal at t = 0 for a given harmonics at a given electrode with the introduction of the signum function: (6.17) where V meas n,m is given by (6.1). The MATLAB script used to compute the trigonometric sign matrix for the COLTRANE method can be found in Appendix IV.3

D m n = sin(Φ n,l (k)) | sin(Φ n,l (k))| D m n .
Σ n,m =          1 if V meas n,m > 0, 0 if V meas n,m = 0, -1 if V meas n,m < 0,
In the current set-up with n e = 16, the sign matrix is defined as:

Σ 16 = (6.18)
Finally, for a large phase shift, D contains the arbitrarily signed amplitudes of the n e -1 excitation patterns for the n e electrodes where the element corresponding to the k th Fourier coefficient and the n th electrode is:

D m n = Σ m n D m n (6.19)
similar to (6.16).

Experimental results from the COLTRANE method

The full implementation of the COLTRANE method is assessed on static experiments. The excitation strategy is described in Section 6.1, the measurement strategy and output data is discussed in Section 6.2.

An experiment is set up to measure the system response from a homogenous medium. The test section is filled with water of conductivity σ = 635 µS•m -1 and a data frame is acquired. The data frame for the 15 magnitudes data points measured on the electrodes is shown in Figure 6.3.

The generated signals frequencies f k are chosen so as to maximise the image refresh rate for the current set of 16 electrodes. This is obtained by considering the FFT to be computed over P = 32 data points at f DAQ = 1 MS/s, with f 1 = (32 µs) -1 = 33.250 kHz.
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Implementation of the COLTRANE method for 32 electrodes

In practical EIT, the number of electrodes is an important parameter since it allows more measurements and a better conditioning of the inverse problem, especially in the application discussed in Chapter 5. This motivated the application of the COLTRANE method on an EIT sensor containing 32 electrodes. I am interested in developing the COLTRANE method for twice the number of electrodes as described above. The current configuration does not support more analog input and outputs channels. We propose to duplicate the hardware and control the AO and the AI independently. This brings the benefit to have one DAQ module for AO that works independently and continuously. The other DAQ controller for AI is specially used to manage the data acquisition which simplifies the firmware architecture.

In Section 6.3.1, the evolution of the hardware system and the new configuration of each part is detailed. The practical excitation and measurement configuration for 32 electrodes is discussed in Section 6.3.2. Finally, Section 6.3.3 presents the implementation and discusses the issues appearing with this configuration.

Evolution of the hardware

The development of the COLTRANE method for 32 electrodes needed several changes that are detailed in the following. The complete system is shown in Figure 6.4a. and the hardware logics is illustrated in Figure 6.4b.

The Printed Circuit Board (PCB) for simultaneous excitation and sensing

A two-layer PCB (Figure 6.5) was designed to manage the voltage excitations and current measurements in parallel. The current is reconstructed from voltage measurement over 100 Ω resistors on the PCB. One PCB contains 6 channels. In my setup, a total of 6 PCBs are piled-up in a Faraday cage and provide the 32 channels. Coaxial connectors ensure the signal shielding with an interconnected ground connection,

The AO Controller

The AO controller is required to perform 32 voltage excitations at high rate with great accuracy. Apart from the performance requirements, the AO controller must be robust and light weight for transportation purposes in future prospects of experiments on several hydraulic loops. It also has to be controllable at a distance for an application to high pressure and high temperature flow experiments.

A suitable device for the AO controller is the National Instruments CRIO-9039 [NI-9039 Documentation, 2016], which includes a 1.91-GHz Quad-Core CPU, 2 GB of DRAM, and the Xilinx's FPGA Kintex-7 325T [Xilinx325T Documentation, 2019]. The FPGA includes 326,080 logic cells, 840 digital signal processing slices, and 16,020 block RAM elements. The CRIO-9039 AO controller includes a Linux host computer that operates the COLTRANE method with LabView 2017 Real-Time and FPGA. In addition, the CRIO-9039 provides 8 slots in which AO modules are connected. Regarding the necessity for fast and accurate operations, the AO is managed with the NI-9262 module [NI-9262 Documentation, 2017] to provide the voltage outputs. The six-channel module has a typical output voltage range of ±10.742 V, including an internal noise of 150 µV RMS per channel. In the system, six NI-9262 modules are connected to the 32-output excitations.

The AI Controller

The AI controller is required to perform 32 voltage measurements in parallel also at high rate. The input configuration computes Fourier transforms online for each electrode signal at a high rate, based on the FFT algorithm. Moreover, the AI controller is required Mathieu Darnajou, PhD Thesis, October 2020 Implementation of the COLTRANE method for 32 electrodes to perform fast data storage.

The strict requirements of fast computations, including FFT, and large data manipulation for multiple channel suggest the use of a FPGA. The CRIO-9039 [NI-9039 Documentation, 2016] is also a suitable device for this task. The main advantage of the Kintex-7 325T [Xilinx325T Documentation, 2019] FPGA is that it includes a large number of logic cells and large block RAM. The adequate use of the FPGA allows Real Time (RT) computation of FFT for a minimal data frame size, which allows efficient data transfer and reduces storage.

The monitoring of the COLTRANE method results in a large amount of data over numerous channels. The fast data monitoring is based on DMA, a buffer to send the data to the host computer. The AI modules are connected to the 8 slots provided by the AI controller .

The NI-9223 module [NI-9223 Documentation, 2016] is suitable to provide voltage inputs. The NI-9223 includes four channels with a typical input voltage range of ±10.6 V with a noise of 229 µV RMS per channel. A total of eight NI-9223 modules are required to connect the 32 input measurement channels.

Excitation setting and data format

In the COLTRANE method for n e = 32 electrodes, the maximal frame rate is reached by taking the FFT over 64 data points. In this situation, we have f 1 = 1/64µs -1 = 15 625 Hz. In particular, the 31 th harmonics is f 31 = 31 × 15 625 = 484 375 Hz, below the Nyquist limit. This setting results in a data frame rate of 15 625 fps.

The data frames contains 32 × 31 data points. As in the previous, each data point is U32 format, and includes the Fourier magnitude, the electrode label and the Fourier coefficient which brings information on the trigonometric pattern and the excitation frequency. By analogy with Section 6.2.4, the sign of the data points is estimated with the following sign matrix with n e = 32:

Σ 32 = (6.20)
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Implementation and execution issues

As illustrated in Figure 6.3, each data point is associated to a Fourier coefficient and hence, to a particular frequency. In this figure, we cannot see the noise effects as it can only be shown in a video. If we could see this video, we would see the effects of the noise that makes the noisy data Mn (k) to oscillate around a value with an amplitude RMS of ∼ 1% of the data amplitude.

In Chapter 3, we have approximated the noisy data:

Mn (k) =      1 P P -1 p=0 (V meas n (p) + δ(p)) cos(kβ p )   2 +   1 P P -1 p=0 (V meas n (p) + δ(p)) sin(kβ p )   2    1/2
, (6.21)

with the probability function, δ, of the Gaussian-distributed noise pattern reads:

δ(p) = 1 s √ 2π e -1 2 ( p s ) 2 . (6.22)
When executing the code of the COLTRANE method for 32 electrodes, the data shown an abnormally large oscillation with an amplitude RMS from ∼ 10% to ∼ 100% of the data amplitude, depending on the frequency. In higher frequencies, the oscillation of ∼ 3 Hz shown higher amplitudes. If several signals are simultaneously generated, the observed oscillations are in phase and of same frequency.

Three possible origins for this problem have been identified on two levels: software and hardware. These origins will be investigated in the following.

Software origin investigation

A first possible origin for this problem could be that the loop generating the AO (Figure VI.1) does not respects exactly the requirement of 40 ticks1 when extending it to 32 outputs. To verify this, the code were modified to stop the loop if its iterating rate is different from 40 ticks at any time. This verification gave no change in the code operation suggesting that the AO loop generates the data at the correct rate.

A second possible origin of the problem could be that the LUT is not read properly. Since there is no interpolation between two data points in the LUT, if the number of points stored on the LUT does not match the reading rate, the lack of interpolation can result in an imprecision on the generated frequency. This effect is possibly stronger on higher frequencies, explaining the phenomenon.

To verify this, I have compared the frequency of two signals: one with a single sinusoidal signal period 1P stored on a LUT and read 30 times and another one with 30 sinusoidal signals with the duration of 30P stored on another LUT read a single time. The LUT reading rate is adjusted so the two signals have the same frequency.

The test consisted in generating the two signals in the same VI. The signal 1P were generated by reading the LUT at 30×15 625 Hz. The signal 30P were generated by reading the LUT at 15 625 Hz. In both cases, the oscilloscope shown an equivalent signal. Furthermore, by associating these two signal to the FPGA AI and FPGA FFT reading codes, I observed the same effect of the large oscillation of the data magnitude, in phase and with the frequency of 2.9 Hz. This indicates that no elements are added or deleted by the interpolation when reading periodically the LUT.

Hardware origin investigation

A third possible origin is hardware. The issue could be coming from a bad synchronisation between the clocks of the two CompactRIOs. This explanation is privileged since it explains why this issue did not appear for the COLTRANE method for 16 electrodes since the AO and AI are all operated with a single CompactRIO.

A verification to this issue however is somewhat more difficult to implement since it requires the installation of an external module for synchronisation. With the addition of a synchronisation module, the chassis of the AI CompactRIO should be extended from 8 to 9 slots. Some CompactRIOs also provide synchronisation via ethernet network. For this reason, this verification as well as the implementation of the COLTRANE method for 32 electrodes is suggested for further work.

Prospects and indication for further work

The following prospects are proposed for future developments. The prospects that are estimated as most interesting/important are given at the top of the list. The propositions written in bold are of top priority.

• The raw data from the COLTRANE method can be theoretically be used to reconstruct images. It is fundamental to reconstruct images to prove the COLTRANE method.

• The main advantage of the COLTRANE method is the very high data frame rate. Once the images are reconstructed, it is important to perform dynamic experiment to demonstrate the high imaging rate.

• As seen in the ONE-SHOT method, it is difficult to assess the sigh of the measured currents. I suggest to determine the sign of the data close to zero for the sign matrices.

• The improvement of the COLTRANE method to 32 electrodes necessitates the synchronisation of two CompactRIOs. This task can be performed with synchronisation modules or by ethernet connection if supported by the CompactRIOs.
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Conclusion

Conclusion

The application of EIT in the context of high-pressure and high-temperature flow rigs raised the problematic of developing a high imaging rate EIT system able to withstand these extreme conditions. In my work, the motivations for increasing the data frame rate of EIT led to the development of two innovative methods. The new EIT DAQ systems are based on the ONE-SHOT and COLTRANE novel methods with simultaneous MF excitation strategies and associated with FDM for measurement. The methods have been tested in various experiments, validating their ability for ultra high rate DAQ and opening EIT to new domains of application.

The focus of this work is the use of EIT in high-pressure and high-temperature hydraulic loops. In this context, one concern is the design of the detector itself. An EIT detector contains a set of non intrusive electrodes on the inner surface of the pipe, in contact with the flow. Due to the thermo-hydromechanical constraints, the experimental pipe is steel which is an electrical conductor, a leakage of current is expected. In the preliminary work, we have aimed at determining the physical length of the electrodes to maximise the measurement energy.

As in Chapter 2, the design of the EIT sensor is imposed by the specifications of the available measurement region in the primary circuit. The energy at the surface of measurement electrodes is greater for a detector longer than the diameter of the pipe. Concerning the electrodes, since the electric potential is imposed during measurements, the signal energy is optimised for the largest area of the electrodes. The angular size is maximised, with the limitation of technical constraints. The axial size affects the leakage of current that spreads the energy outside of the sensitive region. The maximum energy were found in the sensitive region for electrodes axial length that occupies 84% of the distance between those conductive pipes.

The sensitivity map of Chapter 2 contains a valley between the excitation and measurement electrodes. This result were numerically confirmed using an indirect computation method based on a point-by-point reconstruction. Furthermore, the sensitivity map were computed for one measurement with an arbitrary position of the electrodes. In real conditions, the EIT detector excites and measures all independent combination to reconstruct an image. The sensitivity map for such "full-scan" strategy were computed and discussion are ongoing on the adequate measurement strategy, regarding the corresponding sum of sensitivity maps.

Concerning the need to increase the DAQ rate of EIT, the feasibility of the method with simultaneous MF excitation strategies and associated with FDM for measurement is investigated. In Chapter 3, we have discussed the requirements for the hardware system based on the excitation strategy and measurement process, as well as the motivations to determine the number of electrodes. An efficient hardware solution for implementing the simultaneous EIT excitation strategy was proposed with an analysis of the error and noise propagation through the measurement process. An experiment proved the feasibility of 15 simultaneous MF excitations with discrimination on a single electrode in the low and high harmonic ranges of the excitation signals. This proof were a milestone in the project of applying the novel ONE-SHOT method for high-speed EIT.

Thereupon, the complete implementation of simultaneous excitations and measurements using a MF strategy for high-speed EIT, based on the novel ONE-SHOT method is presented in Chapter 4 with the details of hardware and software using LabVIEW and NI-modules. In this full implementation of the ONE-SHOT method, the number of frequencies becomes 120, bringing several new challenges. Mainly, the limit imposed by the Nyquist frequency of 500 kHz for the current system associated with the resolution in the frequency space from the choice of the DFT computation time window results in a maximum number of harmonics. Adding more frequencies may impose a longer time window, directly impacting the data frame acquisition rate. However, considering frequencies in the very high harmonic range may drastically affect the SNR due to higher resistivity and noise peaks. Furthermore, the limited physical space in the FPGA restricts the number of sinusoidal signal generators. The DFT computed over measurements of P = 256 points have increase the data acquisition rate up to 3 906 fps, while keeping f 120 = 469 kHz, below the Nyquist limit.

Table C.1 shows the performances of the ONE-SHOT method with a number of existing high-rate EIT systems. The description of the different hardware systems contains several characteristics that have to be considered in spite of the data frame rates, including the Number of Measurements per Second (NMS). Firstly, the AI sampling frequency directly affects the data frame rate. Secondly, the data size is an important factor to be maximised to improve the conditioning of the inverse problem. Thirdly, the noise also directly impacts the image quality. The noise is the value currently measured in a partially-shielded DAQ prototype.

The ONE-SHOT method and software have been tested in two experiments described in Chapter 5 to model accidental scenarios in nuclear reactors. A first experiment aimed at measuring fastly evolving two-phase flows in SBLOCA and LBLOCA scenarios. In the two scenarios, images of air in water flows were successfully produced at the high rate of 3906 fps. A second experiment demanded deeper work on the EIT sensor itself to apply it in high-pressure and high-temperature flow rigs. Preliminary results shown good robustness of the produces EIT sensor but noisy data, mainly due to the electromagnetic noise from the heaters of the flow-rig.

Finally, the COLTRANE method is introduced in Chapter 6. This novel method uses simultaneous trigonometric excitation patterns to increase the data acquisition rate of EIT. The software have been developed for a 16 electrodes EIT sensor and is able to produce data frames at the rate of 32 250 fps. The evolution to 32 electrodes brings an issue of synchronisation between the generation and the acquisition devices. Several solutions are proposed for future prospects. The performances of the COLTRANE method with a number of existing high-rate EIT systems are presented in Table C.1. 

C.1. Research prospects

The improvement of the imaging rate of EIT to thousands of images per seconds opens the technique to new domains of application. The following prospects are proposed for future research.

The characterisation of velocity fields in a liquid flow is a problematic of numerous scientific and industrial applications. The current techniques of velocity field mapping are mainly based on optical techniques, in particular PIV and PTV (Particle Image Velocimetry and Particle Tracking Velocimetry), not applicable in an opaque medium flowing inside an opaque pipe. Under accident conditions with a loss of coolant in a sodium-cooled fast reactor, the sodium inventory will be reduced resulting in two phase flows. Based on the difference in electrical characteristics of the liquid sodium and gas phases, EIT provides an opportunity for non-intrusive measurement potentially applicable at high temperature. The deployment of the ONE-SHOT or COLTRANE methods in such environments could provide a high precision on the velocity thanks to the high imaging rate. In medical applications, EIT has the potential to expedite the differentiation of ischaemic or haemorrhagic stroke, one of the most important challenges in stroke Mathieu Darnajou, PhD Thesis, October 2020

Research prospects management and care [START_REF] Goren | Multi-frequency electrical impedance tomography and neuroimaging data in stroke patients[END_REF]. This differentiation decreases the time to treatment. EIT attempts to exploit the contrast in the electrical impedance of healthy brain tissue, blood and ischaemic brain tissue. Contrary to conventional imaging methods, EIT has the potential to provide an inexpensive portable unit for use in ambulances or general practitioner surgeries which would revolutionise the management of stroke by providing imaging at the point of contact. The clinical scenario dictates that data must be collected at a single time point in the absence of a reference or 'pre-stroke' image, which prevents the use of conventional TDM algorithms for dynamic imaging [Lionheart, 2004,Malone et al., 2014]. It is therefore necessary to use frequency difference EIT algorithms, which use data collected at a single point in time and image changes across frequency. The ONE-SHOT method provides a large number of simultaneous excitations and a high timing resolution possibly applicable for medical imaging. Reducing the timing resolution of this method increases the available bandwidth to measure the reference and image data simultaneously.

The internal structures of the vocal tract are difficult to measure without affecting their normal movement patterns [Stone, 1991]. Imaging techniques overcome that difficulty because they measure internal movement non-intrusively. Tongue and vocal tract researchers have employed X-ray tomography, MRI and ultrasound tomography techniques. However, MRI create low rate images only, ultrasound cannot image hard tissue and radiation exposure limits the duration of X-ray tomography. EIT can theoretically be applied since the difference between tissues and air electrical conductivity difference. The main advantage is the high timing resolution provided by EIT. In addition, EIT can be continuously operated without damaging the tissues. 
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III.1. FreeFEM++ features

The characteristics of FreeFEM++ are the following:

• Problem description from their variational formulations, with access to the internal vectors and matrices if needed.

• multi-equations of multi-variables handing,

• linear or non-linear coupled systems,

• Two-and three-dimensional problems

• Static or time dependant

• Automatic mesh generator with metric-based anisotropic adaptive mesh, based on the Delaunay-Voronoi algorithm. The inner point density is proportional to the density of points on the boundaries [George, 1996] FreeFEM++ features

• Easy geometric input by analytic description of boundaries by pieces.

• Vector formulations of the geometries

• Parallelisation of the computation

• A large variety of triangular finite elements : linear, quadratic Lagrangian elements and more, discontinuous P1 and Raviart-Thomas elements, elements of a non-scalar type, the mini-element,. . . (but no quadrangles).

• Automatic interpolation of data over multiple finite element meshes with a large variety of triangular finite elements.

• Tools to define Galerkin finite element formulations P0, P1dc, P2dc and keywords:

jump, mean, intalledges.

• A large variety of solvers for direct or iterative and eigenvalue or eigenvector.

• Near optimal execution speed (compared with compiled C++ implementations programmed directly).

• Online graphics, generation of ,.txt,.eps,.gnu, mesh files for further manipulations of input and output data.

• Many examples and tutorials: elliptic, parabolic and hyperbolic problems, Navier-Stokes flows, elasticity, Fluid structure interactions, Schwarz's domain decomposition method, eigenvalue problem, residual error indicator, ...

• A parallel version using mpi.

In (2.11), P 1 refers to the behavior of the continuous functions at the edge of the triangles: 

Script for image reconstruction inputs

With n e = 16, the code returns the following matrix -10 -24 -37 -49 -60 -70 -79 -87 -94 -100 106 107 108 109 110 -11 -25 -38 -50 -61 -71 -80 -88 -95 -101 -106 111 112 113 114 -12 -26 -39 -51 -62 -72 -81 -89 -96 -102 -107 -111 115 116 117 -13 -27 -40 -52 -63 -73 -82 -90 -97 -103 -108 -112 -115 118 119 -14 -28 -41 -53 -64 -74 -83 -91 -98 -104 -109 -113 -116 -118 120 -15 -29 -42 -54 -65 -75 -84 -92 -99 -105 -110 -114 -117 -119 -120 

(k,i) =               
              
(IV. 1.1) which corresponds to the indices of the excitation pattern for 16 electrodes. The code works for any n e .

IV.2. Script for image reconstruction inputs

The following MATLAB script calls EIDORS to compute the input matrix New_RM, and vectors x and y used for the image reconstruction. The code is written with the configuration of the PMMA EIT sensor described in Section 3.3.2 and used for low temperature and low pressure experiments.

V.1. Details of the HOST VI

The HOST VI is decomposed in three screen-shots, as illustrated in Figure V.1. The HOST 1 calls four functions, called sub-VI, to prepare the data and inject it into the FPGA. The HOST 2 is an independent loop for online control. The HOST 3 is the data acquisition and data process loop. This loop is also used for data saving and image reconstruction in a sub-VI. In general, it is used to generate the first 120 coefficients. An improvement of this sub-VI could consist in generating only the prime numbers. However in this situation, the highest Fourier coefficient is large and the corresponding frequency may be above the Nyquist limit. This suggestion is for the development of a low noise ONE-SHOT method instead of high speed. Mathieu Darnajou, PhD Thesis, October 2020 In a previous version of the software, this loop were merged with the data processing loop of HOST 3. However, the loop of HOST 3 is required to iterate very fastly in order to flush the DMA faster than it is written. With the increasing data rate in the implementation of the ONE-SHOT method with 120 frequencies, it became impossible for the HOST 3 loop to read the data and online controls simultaneously in the previous version. The advantage of this new structure is that the HOST 2 loop is not cadenced and is free to iterate at its convenient speed. elements are taken out from the DMA and send to the CASE 3. This structure is fundamental to create data frames without empty elements.

At the bottom of the true case, two functions are provided for controlling the only display rate and data saving rate.

Mathieu Darnajou, PhD Thesis, October 2020 The CASE 6 provides the saving of a reference data frame.

Mathieu Darnajou, PhD Thesis, October 2020 -The Sort Data sub-VI is very useful in the case where the generated frequencies skips some Fourier coefficients, for instance to avoid harmonic effects. In this situation, the data matrix line corresponding to the address of the missing Fourier coefficient is empty. The output data is then corrupted with lines of zeros that increase its size, with no additional information. Moreover, in a post processing step, the matrices containing lines of zeros can be used only if the user knows the Fourier coefficient of each of the 120 generated frequencies. Thanks to the Sort Data sub-VI, the output data matrix deletes the lines of zero, for any distribution of the harmonic index vector. This is also useful when using the Set random frequencies sub-VI (Figure V.3) since the frequencies are always ordered in output, whatever the order at the input. 2. Set the Stopped boolean to false. This boolean provides synchronisation between the while loops in the last sequence frame. If any loop stops it will cause the others to stop as well.

3. Use an interrupt to signal the HOST that the FPGA is ready to begin writing data and wait to start the operation until the HOST acknowledges it. This is necessary to ensure that the DMA FIFO has been started prior to acquiring data.

4. The pre-initialisation must complete successfully for the NI-9262 AO modules to start. In case of error, the other FPGA AO functions are not operated and the error message is reported. Secondly, a clock to confirm that the rate of 40 ticks is respected. Thirdly, the CASE 9.

Mathieu Darnajou, PhD Thesis, October 2020 Here, n is the number of positive elements to sum. In the case where the default case is selected, the corresponding excitation channel has no signal.

V.3. Details of the FPGA AI

The logic of the FPGA AI VI is shown in Figure 4.2. It is decomposed in five screenshots as illustrated in Figure V.32. The FPGA AI 1, FPGA AI 2, FPGA AI 3 and FPGA AI 4 initialises and acquire data from the modules 1, 2, 3 and 4, respectively, for signal generation. These functions assure the correct cadency of the AI while digitalising the signals from 16 input channels and saving them into 16 FIFOs. 3. Set the Stopped boolean to false. This boolean provides synchronisation between the while loops in the last sequence frame. If any loop stops it will cause the others to stop as well. 4. Use an interrupt to signal the HOST that the FPGA is ready to begin acquiring data and wait to start the acquisition until the HOST acknowledges it. This is necessary to ensure that the DMA and the 16 AI FIFOs of all modules has been started prior to acquiring data.

The next steps are described in the caption of Figure V.34. 1. This clock verifies the time elapsed between two iterations of the FFT loop. An error is reported if it does not respect the imposed iteration rate of 40 ticks. 2. Verification that the last FIFO of the module (here, AI FIFO 3 of module 1) contains data to read. This verification step is not mandatory in the current version of the ONE-SHOT method software. It has been developed during the debug versions of the software in order to avoid empty data in the FFT.

3. The code structure contains shift registers between each steps to maximise the parallelisation of the computations. Each series of computation, i.e. between two shift registers, is restricted in time below 40 clock ticks (40 µs)

to respect the synchronisation with the FPGA AO VI and the FPGA AI VI. These shift registers implies delays at each implementation. However at this step, since the nature of the FFT imposes a delay of at least twice the number of points P necessary for its computation, the delay imposed by the shift registers is tiny by comparison. The most important is to keep the same delay between all channels.

4. This step is to activate the CASE 16 if a particular Fourier coefficient match a generated frequency. This powerful point-by-point bandpass filter permits to consider only the data in the spectral domain that contains information. This step and the next are forced to iterate faster than the data acquisition rate with a SCTL operated by a derived clock at 80 MHz. 5. At each iteration of the FFT loop (at 1 MHz), the elements of a vector of length 16 is written in the DMA in CASE 17. Each element is a M n (k) as defined in (4.5). 

V.5. Compilation of the FPGA VI

The process of running a user-defined application directly in silicon requires the application to be synthesised to a bitfile. FPGA programmers know that one difficulty with FPGA technology is overcoming the processor intensive task of compiling an FPGA design. To further compound this problem, Moore's law has held true over the last decade, resulting in larger and more complex designs.

The FPGA compiler is not one big monolithic algorithm. Instead, it is a collection of large, complex algorithms. The computational challenge takes the design through a flow that generates an optimised layout on a chip with millions of processing elements that can be configured in any way. The compiler uses synthesis to create a system of logical connections between processing elements. The compiler then maps, places, and routes in an iterative process to find the best solution and hooks everything up on the physical chip while attempting to stay within user constraints. Furthermore, the mathematics behind finding a globally optimised solution to a problem that has infinite possibilities is nontrivial. As a result, FPGA compiles can take hours or even longer with higher density silicon.

Compilation of the FPGA VI

The LabVIEW FPGA compile system contains three fundamental software components: the module development environment, the compile server, and the compile worker. There is three FPGA compilation options available that are used to offload the processor intensive process or even reduce compilation time by using compile systems based on Linux. For more sophisticated compile system structure such as the ONE-SHOT method software, the compile server and the compile worker are installed on another computer, the FPGA compile cloud service. This service offloads the FPGA compilations to a high-performance, high-reliability cloud server to reduce the compile time of the FPGA VIs.

• Module development environment: The first step in the compilation process is the generation of intermediate files. This step is run on the local computer to generate the intermediate files. For this compilation process, LabVIEW parses the block diagram and converts the code to a form that the Xilinx compiler can consume. A number of errors might occur during this step, causing the compile to fail. These errors usually involve an illegal VI or combination of VIs placed in SCTLs. After generation, the development computer sends the intermediate files through web services communication to the compile server.

• Compile server: The compile server accepts compile jobs from one or many LabVIEW FPGA development systems and looks for available compile workers to farm out compile jobs. If no compile workers are available, the compile server holds the compile job in a queue until a compile worker becomes available.

• Compile worker: The compile worker has the Xilinx compilation tools installed for FPGA design synthesis, mapping, placing, and routing. With these tools, a compile worker implements the design and generates a bitfile. The compile worker sends the bitfile back to the compile server, which, in turn, sends the bitfile back to the development computer.

The benefit of this compile system architecture is that it supports multiple compile workers and the automatic farming of compile jobs. The compile server handles the queuing and farming, and is fault-tolerant to compile workers dropping in and out. In fact, if a compile worker drops out during a compilation job, the compile server detects this and farms the compilation to another available compile worker. Although the compile job has to start over, it finishes without any action on user's part. Because the communication lines between the development environment and the compile server are all robust web services, the compile system is fault-tolerant to a number of development-side issues as well, like a development computer restart.

Compilation report of the ONE-SHOT v3.2 FPGA VI

This section gives the latest compilation result of the FPGA VI detailed in Section 4.3. The VI were compiled on LabVIEW FPGA cloud compile service with the compilation tool Xilinx Vivado 2015.4 (64-bit), and submitted the 20/04/2020 at 14:06 UTC+2.

All Xilinx options: implementation strategy, design optimisation directive, placement directive, physical design optimisation directive and routing directive have been selected to default as no particular specification is required. The job identifier is Ic0S7wn and the working directory is C:\NIFPGA\compilation\v19.04.04-V3.0_FPGATarget2_-190404MF-EITFPGA_2EKaUN0DUsc on the server.

The compilation successfully completed with the compilation timing given in Table V.2. tation, 2019] given in Table V.4. Here, the DSP48 block is an arithmetic logic unit embedded into the fabric of the FPGA and is composed of a chain of three different blocks. The computational chain in the DSP48 contains an add/subtract unit connected to a multiplier connected to a final add/subtract/accumulate engine.

Mathieu Darnajou, PhD Thesis, October 2020 

Finalement

  , la nouvelle méthode COLTRANE (Continuous Overlapping operations with Linear Trigonometric Response ANalysis for EIT) est introduite et implémentée dans un système DAQ basé sur FPGA pour des détecteurs EIT de 16 et 32 électrodes. Cette nouvelle méthode utilise des patrons d'excitations trigonométriques et simultanées dans le but d'augmenter le taux d'acquisition jusqu'à 32 250 fps. Ces nouveaux systèmes à taux ultra rapides ouvrent l'EIT vers de nouveaux domaines d'application.

λ

  Number of data taken for averaging the signal-to-noise ratio µ(x, ω) Magnetic permeability [N.A -2 ] ρ(x, t) Free electric charge density [C.m -3 ] Σ ne Sign matrix for the data from n e electrodes σ(x, ω) Real electrical conductivity [S.m -1 ] σ 0 (x, ω) Reference conductivity field [S.m -1 ] τ 0 Time constant associated with the electrode [s] Φ exc Electric field produced by a unit current flowing in excitation electrodes [V.m -1 ] Φ meas Electric field produced by a unit current flowing in measurement electrodes [V.m -1 ] Φ n,l Phase shift between the excitation voltage and the measured current [Rad] Darnajou, PhD Thesis, October 2020
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Figure 1 . 1 .

 11 Figure 1.1. -a. CT scan with cover removed to show internal components. T: X-ray tube, D: X-ray detectors, X: X-ray beam, R: Gantry rotation. b. Sinogram (graphic representation) of the raw data obtained from a CT scan. [Jun and Yoon, 2017] c. Image sample of human brain, derived from the raw data.

Figure 1 . 2 .

 12 Figure 1.2. -a. Visual representation of the spin of a proton in a constant magnetic field B 0 , then subject to a RF wave. The two colours represents two typical behaviours. b. Visualisation of the relaxation times T 1 and T 2 . c. IRM machine in closed geometry. d. Spin-echo, T 1 weighted. MRI of the head measuring spin-lattice relaxation by using a short Repetition Time (TR) and Echo Time (TE). e. Spin-echo, T 2 weighted. Measuring spin-spin relaxation by using long TR and TE times.

Figure 1 .

 1 Figure 1.3. -The principle of magnetic induction tomography [Igney et al., 2005].

Figure 1 . 4 .

 14 Figure 1.4. -a. Scheme of the EIT sensor prototype of height 336 mm, external diameter 120 mm, and inner diameter 80 mm containing 32 electrodes of length 150 mm and width 6 mm. This prototype is used for experiments in the following chapters. b. Representation of the 16 electrodes in the cross-section of the EIT sensor.

Figure 1 . 5 .

 15 Figure 1.5. -Illustration of the Adjacent excitation pattern (Left), the Opposite (Center) and the Full-Scan (Right) for 16 electrodes. The lines on the schematic are used to show the pairs of excitation electrodes and have no physical meaning. In the last, several colours were used for clarity to show the 120 patterns.

Figure 1 .

 1 Figure 1.6. -Illustration of four excitation patterns corresponding to a 16 electrode system [Mueller and Siltanen, 2012]. Theta is the angular coordinate of the electrodes.

Figure 1 .

 1 Figure 1.7. -The basic concept of multiplexing. The Multiplexer (MUX) combines the data from n channels, then the data is separated into n channels with the Demultiplexer (DEMUX).

Figure 1 .

 1 Figure 1.8. -Illustration of the TDM operation. the s 1 , ... , s n are packets of data that are send individually on the datalink. At any given time, the datalink transmit a single packet.

Figure 1 .

 1 Figure 1.9. -FDM multiplexing process.

Figure 1 .

 1 Figure 1.10. -FDM demultiplexing process

Figure 2 . 1 .

 21 Figure 2.1. -Image reconstruction using linear back projection from simulated data of bubbles in liquid for EIT detectors containing 8, 16, and 32 electrodes, represented with the green circles. On the left, one bubble of diameter 0.1 D, with D being the diameter of the pipe. In the middle, two bubbles of the same diameter. On the right, stratified flow. The gas-liquid interface is shown with the purple line.

Figure 2 . 2 .

 22 Figure 2.2. -The function MK_COMMON_MODEL for different shapes and number of electrodes.

Figure 2 .

 2 Figure 2.3. -The image of a bubble (with conductivity 1 × 10 -5 S.m -1 ) of diameter 1/10D in a medium of constant conductivity value 0.5 S.m -1 .

Figure 2 . 4 .

 24 Figure 2.4.-On the left, system with mesh size independent of the radius. On the right, mesh refinement on the edges, where the sensitivity is higher.

Figure 2 .

 2 Figure 2.5. -THD and SNR of signals on 16 measurement channels for 1 VAC 5 kHz excitation

a.

  Figure 2.6. -4 levels of noises added to default bubble cases. The pink dashed circles show the position and size of the bubbles.

Figure 2 .

 2 Figure 2.8. -Layout of a 16 electrodes EIT detector, surrounded by grounded stainless pipes.

Figure 2 .

 2 Figure 2.9. -Illustration of the behaviour of the energy with the presence of leakage. This figure is only to report a general behaviour and do not contain any numerical data.

Figure 2 .

 2 Figure 2.10. -a. Illustration of the simulation domain in the plan of the two excitation electrodes. b. Scheme of the boundary conditions for the 2D leakage simulation. c. Isopotential lined in the medium during an excitation. d. Current lines that let appear the leaking component from the electrodes to the ground surfaces.

Figure 2 .

 2 Figure 2.11. -Leakage of current versus the electrode length for EIT detectors containing n e = 4, 8, 16, 32 or 64 electrodes.

Figure 2 .

 2 Figure 2.12. -Normalized utilisable energy versus the electrode length for EIT detectors containing n e = 4, 8, 16, 32 or 64 electrodes.. The maximum of U(α) is given at α = 0.84.

Figure 2 .

 2 Figure 2.13. -Current leakage and Energy, varying with the Form Factor F. The dependency is shown for several ratio of electrode lengths to the EIT detector length.

Figure 2 .

 2 Figure 2.14. -a. Contour and mesh for the simulation with arbitrary position of the excitation electrodes E exc1 , E exc2 and the measurement electrodes E meas1 , E meas2 . The mesh contains 14158 Triangles and 7234 Vertices. b. Iso-potential regions in the simulation domain for an excitation of ±1 V between the excitation electrodes. c. Representation of the current vector filed fot the same excitation. d. The sensitivity map for a set of excitations and measurements on four electrodes with arbitrary position.

Figure 2 .

 2 Figure 2.15. -Log of the Sensitivity map normalised to Max(S) = 1 for two pairs of excitation and measurement electrodes of width π/20. Each point x 0 of the map is estimated from a small change over the area a centred at x 0 of the electrical conductivity σ.

Figure 2 .

 2 Figure 2.16. -Log of the reconstructed sensitivity map normalised to Max(S) = 1 for two pairs of excitation and measurement electrodes of width and positions as in Figure 2.15. The sensitivity is reconstructed for bubbles at positions (x, y).

Figure 2 .

 2 Figure 2.17. -Log of the sensitivity map average out from M excitations in the full-scan strategy.

Figure 2 .

 2 Figure 2.18. -The domain of the 3D simulation with the boundary conditions as in Figure 2.10.

Figure 2 .

 2 Figure 2.19. -Four representations in of the 3D simulations of a 4 electrode EIT sensor in the x -y -z space and in the x -z, y -z and x -y plans for a. The iso-potential surfaces b. Log of the sensitivity c. Log of the sensitivity with the cylindrical boundary.

Figure 2 .

 2 20c. is the difference ∆u = u homo -u inhomo between the homogenous potential field u homo of Figure2.19b. and the inhomogenous potential field u inhomo with the cavity.

Figure 2 .

 2 Figure 2.20. -3D simulations of a 4 electrode EIT sensor with a cavity in the center of conductivity zero. a. The conductivity field on the mesh elements, the green lines are σ = 0 and the red lines are σ = 1. b. The iso-potential lines with the cavity c. The iso-potential lines of the potential field ∆u.

  .1b. and Figure 3.1c.

Figure 3 . 1 .

 31 Figure 3.1. -a. Representation of two bubbles of different shapes passing through the cross section of the pipe. b. Simulated image of a bubble measured in a very short time ∆t 1 . c. Image of another bubble measured in a very short time ∆t 2 . d. Reconstructed image from the hybrid simulated data matrix.

Figure 3 . 2 .

 32 Figure 3.2. -a. Layout of a 6 electrodes EIT system: E 1 to E 4 are used for current excitation while the potential is measured between E 5 and E 6 . b. Alternative excitation current between two excitation electrodes as used in the Adjacent, Opposite and Full-Scan Strategies. c. New MF excitation pattern between 4 electrodes.

  Mathieu Darnajou, PhD Thesis, October 2020 123 Every signal has two representations: in time and frequency. Firstly the time representation y(t) or y(p) is used for a continuous time t or a discrete time with p the period between two steps of a discrete sequence. Secondly, the frequency representation of a signal addresses a key role for the pure frequencies which constitute a basis for the representation of the signals. The duality between discrete and continuous time and their corresponding representations in frequency domain results in four classes of signals that are associated to four transformation families: • The signals with continuous time and frequency are linked with the Fourier transform. This transform acts on time signals of dimension [s] to its frequency representation of dimension [s -1 ] = [Hz].

=

  .47)The adequate situation where the frequencies f exc i of the generated sinusoidal signals Ψ i are multiples of f 0 leads to the following observation: To each k-coefficient is associated a frequency f meas k , which is linked to the DFT computation frequency f 0 by f meas k = kf 0 , for k = 0, ..., P -1, and the following difference, which defines the resolution in the Fourier spacefrequencies as harmonics of f 0 leads to a match between f exc i f i , for i = k and i = 0, ..., P -1.

Figure 3

 3 Figure 3.3. -The system implementing the ONE-SHOT method as used for static experiment.The EIT sensor is filled with water and a plastic rod of low conductivity is inserted to mimic non-conductive inclusions. The software provides a 2D real time image of the probed medium.

Figure 3 . 4 .

 34 Figure 3.4. -Scheme of the EIT sensor used for low pressure and low temperature tests. This sensor is composed of four parts: The body in Figure 3.5, the pipe connectors in Figure 3.6, the electrodes in Figure 3.7 and the SMA adaptors in Figure 3.8.

Figure 3 . 5 .

 35 Figure 3.5. -PMMA body of the EIT sensor.

Figure 3 .

 3 Figure 3.8. -PEEK SMA connectors.

Figure 3

 3 Figure 3.9. -Layout of the PCB design including 18 independent circuits for voltage excitation and current measurements. The M1 to M18 BNC connectors are differential measurements over the R1 -R18 100Ω resistors and connected to the NI-9223 modules. The E1 to E18 BNC connectors send the excitation signal to the electrodes, the circuit assures a shielding of the coax cables. On the bottom, 3 DSUB connectors for the excitation signals, the common ground assures the same ground reference for the 3 NI-9262 modules.

Figure 3 .

 3 Figure 3.10. -Layout of the DAQ system. On the left, details of the PCB that includes 16 independent circuits for voltage measurements over 100 Ω resistors. On the right, the FPGA-based CRIO-9039 configuration containing four NI-9223 AI modules, three NI-9262 AO modules, and a DMA buffer all controlled by the host, operated by Linux. In red, the excitation circuit. In green, the measurement circuit.

  Figure 3.11. -The 15 excitation signals V exc n imposed on electrodes E n of frequencies if exc 1

Figure 3 .

 3 Figure 3.12. -Simulation of the magnitudes of the 15 frequencies plus the drain at the 16 channels. On the right, rescaled zoom in the bottom part in the logarithmic scale of the DFT plot to show the tails of the peaks due to the discretisation onto 512 points.

  In the time domain, the noisy signal Ṽ meas n (p) in the circuit of electrode E n contained a true signal V meas n transform is linear, the addition of noisy signal gives the following magnitude in the k th harmonic of the measurement on the n th electrode, as in Mathieu Darnajou, PhD Thesis, October 2020 Equations (3.43)-(3.46):

Figure 3 .

 3 Figure 3.13. -Propagation of the Gaussian white noise through DFT computation for four generated frequencies. The Noise RMS was computed from 1000 Gaussian white noises and averaged out. The four curves follow the same linear interpolation: y = 2.14 × 10 -4 x + 1.81 × 10 -4 .

  .14) are the DFT magnitudes M n (k)/R of the 16 experimental measurement signals computed from P = 512 data points, at a frequency of 1953.125 Hz for a data sampling of 1 MS/s. The results are shown as the current by including R = 100 Ω, the resistance in the measurement channel on the PCB. I observe a good accordance with the simulations of Section 3.4.1. The comparison of the experimental results (Figure 3.14) with the simulated DFT reconstruction of pure sinusoidal signals (Figure 3.11) led to the following observations: • The readers familiar with EIT may expect the following phenomenon. In the experimental data, at the bottom of Figure 3.14 and Figure 3.15, non zero currents were measured over electrodes that were not excited at the corresponding frequency. Let us consider an electrode E n with 1 ≤ n ≤ 15 excited by a single sinusoidal signal of frequency f exc i . In the Fourier space (Figure 3.14 and Figure 3.15), the measured current passing through an electrode gives non-zero values for other frequencies. The reason comes from the electric potential difference that appears between the excited electrode E n with an imposed potential V exc n with -A ≤ V exc n ≤ +A and a non-excited electrode E m whose potential is V exc m = 0 for a given frequency f exc i in the Fourier space (Figure

Figure 3 .

 3 Figure 3.14. -Measured current, represented as the magnitude of the DFT of 16 voltages over resistances in the excitation circuit of the 16 electrodes. This result corresponds to excitations in the low harmonic domain.

Figure 3 .

 3 Figure 3.15. -Magnitudes of the DFT from excitations in the high harmonic domain.

Figure 3 .

 3 Figure 3.16. -Noise measured over the full spectrum available for the sampling rate of 1 MS/s.The results show five of the 16 electrode channels. The low, high, and very high harmonic ranges are also shown.

Figure 3 .

 3 Figure 3.17. -Electrical conductivity indicator function. Two non-conductive rods of diameter 20 and 30 mm, shown with black circles, are inserted in the test section filled with salt water. a. A 30-mm rod at the center. b. A 20-mm rod half way to the edge. c. A 20-mm rod on the edge. d. Two rods on the edge.
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 41 Figure 4.1. -Layout of AO Logic. The colours of the boxes and arrows indicate respectively the nature of the VIs used and the formats of the data transfer.

Figure 4

 4 

Figure 4 . 2 .-

 42 Figure 4.2. -Layout of AI Logic representing the HOST software, shared with the AO and the FPGA firmware including two loops operating in parallel at 1 MHz. The colours of the boxes and arrows indicate respectively the nature of the functions used and the formats of the data transfer.

  3) is the association of a single excitation pair of electrodes E n,m for 1 ≤ n ≤ n e , 1 ≤ m ≤ n e and n = m with a single pair of measurement electrodes. The signal is typically a sinusoidal signal of frequency f , recorded over a finite number of periods n p . The acquisition signal contains a finite number of points, recorded over a time n p /f , at the rate equal to the acquisition frequency f DAQ which is constrained by the hardware system.

Figure 4 .

 4 Figure 4.3. -Representation of a full dataset for the standard TDM EIT acquisition process for 16 electrodes. The full dataset contains 120 single measurements, and here, only three are shown. The dead time dedicated to multiplexing is usually longer than the above representation.

Figure 4 . 4 .

 44 Figure 4.4. -Representation of the 120 data points considered in the ONE-SHOT method current measurement on a given electrode. All other magnitudes for any other Fourier coefficient k are discarded.

Figure 4 . 5 .

 45 Figure 4.5. -Bode diagram of homogeneous NaCl solutions of different electrical conductivities.The impedance on the top and the phase on the bottom are represented as functions of the imposed signal frequency

Figure 4 .

 4 Figure 4.6. -Front panel of ONE-SHOT v3.2.

Figure 4 .

 4 Figure 4.8. -Raw data for an inhomogeneous medium. The data from the electrode E 7 are shown in black for comparison purposes with the Figure 4.7. In the upper-right corner, the image of the reconstructed electrical conductivity σ( x) with the arbitrary values 0 ≤ σ ≤ 1 identifies the inclusion, shown with the white circle.

  is implemented, and the results are shown in the upper-right corner of Figure 4.7 and Figure 4.8. Mathieu Darnajou, PhD Thesis, October 2020 Experimental results with static flowsThe images show the non-dimensional normalised variation to a reference image of the electrical conductivity σ(x) with x ∈ Ω, where Ω is the system representing the two dimensional median cross section of the 3D EIT sensor.The variations in the conductivities are σ max (x) = 0.027 for the homogeneous medium (Figure4.7) and σ max (x) = -1 for the inhomogeneous medium (Figure4.8), in the close neighbourhood of electrode E 7 .Another set of images of one and two plastic rods inserted in a static water flow are obtained with ONE-SHOT v3.2 and shown in Figure4.9.

Figure 4 .

 4 Figure 4.9. -Three images of static flows obtained with the ONE-SHOT method software.

Figure 4 .

 4 Figure 4.10. -Electrode model composed of a charge transfer resistance R e , a double layer capacitance C e and a bulk resistance R b .

I

  the time constant associated with the electrode, τ 0 = R e C e , when the angular frequency ω ∼ ω 0 = 1/τ 0 , i.e. ωR e C e ∼ 1, the phase shift between the applied current Mathieu Darnajou, PhD Thesis, October 2020 Experimental results with static flows and the electrode voltage is significant (∼ π/4) for R e R b . The currents follows: Ce = C e dU/dt, I Re = U/R e , I R b = I Re + I Ce = I.(4.15)
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 51 Figure 5.1. -Main steps of the LBLOCA scenario in a PWR. The right shows the cross section of the flows in the hot leg. The main elements of the primary circuit are shown. 1. Steam Generator 2. Reactor pressure vessel 3. Hot leg 4. Cold leg 5. Reactor coolant pump.
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 52 Figure 5.2. -Comparison of the experimental values of water conductance of [Bignoldet al., 1971] from 50 • C to 271 • C and[Light, 1984] from 50 • C to 271 • C with the values calculated in[Marshall, 1987].
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 5 Figure 5.3. -Relationship of electrical conductivity (EC) and boron (B) concentration of canal water samples collected from different locations in Southern Punjab, Pakistan during winter and summer months. [Niazet al., 2018] 
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 54 Figure 5.4. -a. Expected flow phenomena in the hot leg during LBLOCA. b. Modelling of the phenomena.
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 55 Figure 5.5. -Reconstructed image with several number of electrodes n e of the expected flow in the hot leg during LBLOCA.
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 5 Figure 5.6. -a. Schematic diagram of air/water flow rig with sensors and actuators. FT: Coriolis mass flowmeter, PDT: Differential Pressure. b. Detail of the ECT, EIT and GD sensors region.

Figure 5 .

 5 Figure 5.7a. illustrates the EIT sensor plugged in the multiphase rig in USN. The experiment consists in a water flow mass of 60 kg/min flowing in a pipe of diameter 51 mm. A tiny air flow of 0.01 kg/min is introduced in the pipe, resulting in small bubbles flowing at the velocity of about 1 m/s.A series of images (Figure5.7b. and c.) are reconstructed from the inhomogeneous dynamic flows with the one-step least-squares iterative reconstruction method, introduced in Section 1.3.4. The ONE-SHOT method successfully measured 156 frames of the bubble passing the cross-section of the electrodes in 40 ms. This series of experiments shows for the first time EIT images at nearly 4 000 fps. With the new ONE-SHOT method, it becomes possible to measure very fast processes with EIT.

Figure 5 .

 5 Figure 5.7. -a. Layout of the dynamic experiment. b. Longituginal representation of the 156 reconstructed EIT images of an air bubble passing through the pipe section with the electrodes in 40 ms. The pixels at the vertical radius of the pipe cross section are shown for each image. c. Transverse representation of 9 of the 156 reconstructed EIT images of the air bubble. The state of the bubble at different instances is clearly seen in the nine tomograms.

Figure 5 .

 5 Figure 5.10. -First 300 reconstructed images of slugs flows in the electrodes plan for four different water flow rates. The images are visualised in the vertical line of pixels.

Figure 5 .

 5 Figure 5.11. -Flow pattern experiments at USN. Figure 5.12. -Flow pattern experiments as listed in Table5.2 and Table5.3.

Figure 5 .

 5 Figure 5.13. -Layout of the PKL Test Facility. The figure contains the measurement position, between the steam generator and the reactor pressure vessel, to plug the EIT sensor.

Figure 5 .

 5 Figure 5.14. -Schematic of the Benson thermo-hydraulic loop. The EIT sensor is connected at the top left of the figure.

Figure 5 .Figure 5 .

 55 Figure 5.15. -Schematic of the proposed detector design for the PKL and Benson thermo-hydraulical loops

Figure 5 .

 5 Figure 5.17. -Leaking current inside the EIT sensor due to the apparition of a gap (in red) between the electrodes.

Figure 5 .

 5 Figure 5.18. -Iso potential regions in the simulation domain.

Figure 5 .

 5 Figure 5.20. -Correlation between the flow rate, the steam quality and the phase fraction.This figure is used for illustration purpose and does not contain any actual data.

Figure 6 . 1 .

 61 Figure 6.1. -Spatial cosine patterns for m = 1 to m = 5. The sinusoidal signal patterns are not shown in this figure. The boundary ∂Ω of the system Ω contains the electrodes and is shown with the dashed line. The solid line represents the excitation potential imposed on the electrodes.
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 1 Mathieu Darnajou, PhD Thesis, October 2020 206 Excitation strategy and software implementation where • n ∈ 1, ..., n e the index of electrode, • m ∈ 1, ..., (n e -1) the spatial frequency, • O = {2k + 1 : k ∈ N} the set of odd integers, • E = {2k : k ∈ N * } the set of non-zero even integers, • δ the Kronecker symbol with δ O m = 1 if m ∈ O and δ O m = 0 otherwise, • θ n = 2πn/n e the angular coordinate of the electrode E n ,

1 .

 1 The 16 signals are transformed from 1 MS/s digital to analog signals using the NI-9262 modules and sent with coaxial cables to the electrodes. The excitation circuit at the electrode E n contains a resistance R as shown in Figure 6.2. The Dirichlet boundary conditions are imposed with V exc n as in (6.11) one side of the resistance. The other side is connected to the electrode.

Figure 6 . 2 .

 62 Figure 6.2. -Layout of the excitation and measurement circuit in the COLTRANE method. V exc n excitation voltage, V meas n

  .14) Which can be obtained from the arctangent subtraction formula: arctan x -arctan y = arctan x -y 1 -xy . (6.15)

Figure 6 .

 6 Figure 6.3 with a weaker response in amplitude in the high harmonic range for the same conductivity change in the system.

Figure 6 . 4 .

 64 Figure 6.4. -a. The system implementing the COLTRANE method as used for static experiment. The EIT sensor is filled with water and a plastic rod of low conductivity is inserted to mimic non-conductive inclusions. b. Layout of the DAQ system. On the left, details of the 6 PCBs. Each of which includes six independent circuits for voltage measurements over 100 Ω resistors. On the right, two FPGA-based CRIO-9039, containing six NI-9262 modules for the AO controller and eight NI-9223 modules in addition to the DMA buffer for the AI controller. The two controllers are operated by Linux. In red, the excitation circuit. In green, the measurement circuit.

Figure 6 . 5 .

 65 Figure 6.5. -Layout of the two-layer PCB design including 6 independent circuits for voltage excitation in red and current measurements in blue/green. The BNC connectors on the left send the excitation signal to the electrodes, the circuit assures a shielding of the coax cables. The BNC connectors on the right are differential measurements over the R1to R6 100 Ω resistors and connected to the NI-9223 modules. On the bottom, a DSUB connector for the excitation signals. A total of 6 of these PCBs have been piled up together to complete the needed 32 channels as shown in Figure 6.4a. The common ground is connected between these boards and a surrounding Faraday cage to assure the same ground reference for all the modules.

  The RUPTUBE experimental device(Figure C.1) has been designed by Tristan Julien in the frame of his PhD at the CEA of Cararache. The purpose is to test the tube failures, to estimate the breaking pressure and to measure the resulting vibratory effects. The failures are obtained by pressurising the water inside test tubes that initially contain a rift. The test parameters are adjusted in order to necessitate a breaking pressure lower than 70 bar. The measurement of the resulting vibratory effects can be measured with high rate EIT, by placing a ring of electrodes around the test tube, at the level of the rift. Furthermore, the RUPTUBE experimental device can be dipped in a water tank of homogeneous electrical conductivity and the water inside the test tube with salty water of different homogeneous electrical conductivity. The ONE-SHOT method for EIT provides an opportunity to measure high rate images of the rupture due to the electrical conductivity difference between the tube material (metal or plastic) and the water mediums.

Figure C. 1 .

 1 Figure C.1. -Layout of the RUPTUBE experimental device. The test tube is shown in red.
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 111 15 excitation signals V exc n imposed on electrodes E n of frequencies if exc ≤ i ≤ 15, and f exc (512 µs) -1 . The drain excitation signal is shown in black on the left plot. . . . . . . . . . . . . . . . . .
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 1 Figure V.1. -Structure of the HOST VI. The top image is a global view of the VI as decomposed into the three screen-shots HOST 1, HOST 2 and HOST 3. The bottom of the image shows the tree-structure details on the case structures and sub-VIs. HOST 1 (Figure V.2) contains one case structure: CASE 1 Set random frequencies (Figure V.3), and four sub-VIs: Harmonic Index (Figure V.4), Generate Sines (Figure V.5), Calculate FPGA Parameters (Figure V.6) and Extract Accumulator Value 2 Loops (Figure V.7). HOST 2 is shown in Figure V.8. HOST 3 (Figure V.9) contains six case structures: CASE 2 Wait for 1920 Elements in DMA (Figure V.10), CASE 3 Image Reco or Data Saving (Figure V.11), CASE 4 Save Data (Figure V.12), Case 5 Display Image and Data (Figure V.13), Case 6 Set REF Frame (Figure V.15) and CASE 7 REF for Post Processing (Figure V.16), and two sub-VIs: Image Reco (Figure V.14) and Sort Data (Figure V.17).

  Figure V.1. -Structure of the HOST VI. The top image is a global view of the VI as decomposed into the three screen-shots HOST 1, HOST 2 and HOST 3. The bottom of the image shows the tree-structure details on the case structures and sub-VIs. HOST 1 (Figure V.2) contains one case structure: CASE 1 Set random frequencies (Figure V.3), and four sub-VIs: Harmonic Index (Figure V.4), Generate Sines (Figure V.5), Calculate FPGA Parameters (Figure V.6) and Extract Accumulator Value 2 Loops (Figure V.7). HOST 2 is shown in Figure V.8. HOST 3 (Figure V.9) contains six case structures: CASE 2 Wait for 1920 Elements in DMA (Figure V.10), CASE 3 Image Reco or Data Saving (Figure V.11), CASE 4 Save Data (Figure V.12), Case 5 Display Image and Data (Figure V.13), Case 6 Set REF Frame (Figure V.15) and CASE 7 REF for Post Processing (Figure V.16), and two sub-VIs: Image Reco (Figure V.14) and Sort Data (Figure V.17).

Figure V. 3 .

 3 Figure V.3. -The CASE 1 is an option that is manually activated by the user. Is consists in randomly mixing the sequential ordering of the generated harmonics. This option has been implemented because of the non homogeneous response of the impedance to the frequency (See Section 4.2.4). Without mixing, the low frequencies are located in the low-number labeled electrode region (E n with n 5) and the high frequencies in the high-number labeled electrode region (E n with n 11). The result without mixing is a higher sensitivity in the low numbering electrode region. The mixed frequencies are automatically reordered at the DAQ level by the Sort Data sub-VI (Figure V.17). The CASE 1 option is an interesting development for homogenisation of the sensitivity of the ONE-SHOT method. However it needs a development with a well established distribution of the frequencies instead of a random distribution.

Figure V. 4 .

 4 Figure V.4. -The Harmonic Index sub-VI is used to generate a vector of Fourier coefficients.In general, it is used to generate the first 120 coefficients. An improvement of this sub-VI could consist in generating only the prime numbers. However in this situation, the highest Fourier coefficient is large and the corresponding frequency may be above the Nyquist limit. This suggestion is for the development of a low noise ONE-SHOT method instead of high speed.

Figure V. 5 .-

 5 Figure V.5. -The accumulators gives the information to the FPGA to assess at what speed the LUT must be read. The Generate Sines sub-VI contains a for loop to generate 6 vectors of 20 accumulator value each. A total of 120 values corresponds to the generated frequencies. At each iteration of the for loop, the Generate Sines calls the Calculate FPGA Parameters sub-VI.

Figure V. 6 .

 6 Figure V.6. -The Calculate FPGA Parameters sub-VI takes the signal and hardware characteristic values (frequency, phase shift, number of points for FFT computation, output AO voltage and calibration) to translate them into binary numbers of the size of the accumulator for fast processing into the FPGA.

Figure V. 7 .

 7 Figure V.7. -The FPGA cannot deal with long sized vectors. For optimisation, the Extract Accumulator Value 2 Loops sub-VI takes the values of from the 6 vectors from the GenerateSines sub-VI and associates them two-by-two. We will see that these two element vectors will be used in parallel in the FPGA to optimise the execution rate.

Figure V. 8

 8 Figure V.8. -The HOST 2 contains the point 6 from Figure 4.1 and point j from Figure 4.2.It is composed of an independent while loop to read and write online commands and controls. It stops when the software is stopped. It reports errors at all levels of the FPGA. Some additional values are provided by the FPGA and can be added to this function without recompiling it.In a previous version of the software, this loop were merged with the data processing loop of HOST 3. However, the loop of HOST 3 is required to iterate very fastly in order to flush the DMA faster than it is written. With the increasing data rate in the implementation of the ONE-SHOT method with 120 frequencies, it became impossible for the HOST 3 loop to read the data and online controls simultaneously in the previous version. The advantage of this new structure is that the HOST 2 loop is not cadenced and is free to iterate at its convenient speed.

Figure

  Figure V.10. -The CASE 2 is automatically controlled by the function called "h) DMA Read 2" in the comments of Figure V.3. The function questions the DMA if there is enough elements to create a full frame of data. In our situation, the DMA is required to contain at least 120 (frequencies) × 16 (electrodes) = 1920 elements. If no, the CASE 2 is empty to wait the DMA to fill until the next iteration. If yes, 1920

Figure V. 11

 11 Figure V.11. -The CASE 3 is manually activated by the user to select between two modes. False: Data saving mode and True: image reconstruction mode.

Figure V. 12

 12 Figure V.12. -The CASE 4 is used to activate the data writing function. This function is called at a rate chosen by the user, for a maximum rate of 3906 fps, the maximal acquisition rate of ONE-SHOT v3.2. Once this function is called, a line is added in the .tdms binary file.This line contains a full data frame of 1920 elements where each element is of the form given by (4.5).

Figure V. 13

 13 Figure V.13. -The algorithms for online image reconstruction and plot the raw data are computationally heavy. The CASE 5 is an automatically activated case to plot one data frame and one image from this data frame at a rate significantly lower than the real data frame acquisition rate. This slower rate can be controlled by the user. If it is too low, the online images appears jerky. On the other hand, if the rate of online image reconstruction is too high, the loop that flushes the DMA iterates too slowly and the DMA gets full, resulting in a loss of data. In the present version of the software, only about one over 400 images can be reconstructed this way.

Figure

  Figure V.14. -The Image Reco sub-VI contains the points h and i from Figure 4.2. On the left, the raw data is decomposed and the address of each element (4.5) is used for the x and y coordinates of a 16 × 120 data matrix. The matrices are both used to plot the raw data and for image reconstruction. In the second case, the data is ordered thanks to the Sort Data sub-VI and send to the image reconstruction algorithm.

Figure

  Figure V.17. -The Sort Data sub-VI is very useful in the case where the generated frequencies skips some Fourier coefficients, for instance to avoid harmonic effects. In this situation, the data matrix line corresponding to the address of the missing Fourier coefficient is empty. The output data is then corrupted with lines of zeros that increase its size, with no additional information. Moreover, in a post processing step, the matrices containing lines of zeros can be used only if the user knows the Fourier coefficient of each of the 120 generated frequencies. Thanks to the Sort Data sub-VI, the output data matrix deletes the lines of zero, for any distribution of the harmonic index vector. This is also useful when using the Set random frequencies sub-VI (FigureV.3) since the frequencies are always ordered in output, whatever the order at the input.

Figure

  Figure V.19. -The FPGA AO 1 contains the points 1 and 2 from Figure 4.1. It is composed of three steps for a pre-initialisation of the NI-9262 AO modules: 1. Call the Reset I/O function. When this call completes the module is ready to perform an acquisition using the User-Controlled I/O Sampling functions. The Reset I/O function must be called first to prepare the NI-9262 AO module to use the other User-Controlled I/O Sampling functions.

Figure

  Figure V.22. -The FPGA AO 3 function contains the point 3 from Figure 4.1. It is the initialisation step for the NI-9262 AO modules 7 and 8. The initialisation process is the same as for the NI-9262 AO module 6 in Figure V.20. On the right of the figure, all the errors are merged and send together to the HOST.

Figure

  Figure V.24. -The FPGA AO 5 contains the bottom of the logic explained in Figure V.23. The bottom of FPGA AO 5 contains three functions, firstly the Data Generated status checks that the data have been generated in all three modules. If not, the ERROR CASE is activated.

Figure V. 25

 25 Figure V.25. -In the DDS Sine Gen x10 2loops sub-VI, the SinGen SinGen 14bits LUT 14bits LUT sub-VI would normally be placed in a loop but a loop in LabVIEW FPGA adds overhead and each iteration adds two ticks (2 µs) to the amount of time for it to complete. In order to complete each iteration of the while loop quickly enough to keep up with the 1 MS/s maximum rate of the NI-9262 AO module, this example removes the overhead of an additional loop by using a sequence of sub-VIs. The DDS Sine Gen x10 2loops sub-VI is called at twice the rate of the generation signal, i.e. 2 MHz. The sub-VI inputs are 10 accumulator values and the signal amplitude that are send in parallel to 10 LUTs. The output are 10 signal values that are actualised at the rate of 2 MHz. Each output signal value contains the information of two sinusoidal signal functions as illustrated in Figure V.26. This novel structure were developed to solve the problem of too large BRAM use on the FPGA.

Figure V. 26

 26 Figure V.26. -When the DDS Sine Gen x10 2loops sub-VI is called, it computes a signal value 1a at a given time. At the next iteration, the DDS Sine Gen x10 2loops sub-VI outputs another signal value 1b, corresponding to a sinusoidal signal at another frequency. Then, the next iteration gives again a signal value 1a and so on so forth. Since the DDS Sine Gen x10 2loops sub-VI is called in a while loop iterating at twice the frequency of the generation, it is possible to construct vectors containing two values, from the signal 1a and 1b. The ONE-SHOT v2.5 (Table V.1) aim at testing this idea with three and four parallel reading for a single LUT, necessating an iteration rate of 3 MHz and 4 MHz, respectively. These tests have concluded that the maximum of parallel use of LUTs is two. The development of this strategy were the keystone to create the first fully operated ONE-SHOT method for 16 electrodes in ONE-SHOT v3.0.

Figure V. 27

 27 Figure V.27. -At a given iteration 1 the accumulator increment 1a is added to the accumulator value 1a. The top 13 bits of this value indicates the address of the element to read in the LUT. The element is then output, scaled to a given amplitude chosen by the user and then translated into to the I16 format. The core of the strategy of concatenating two signal values 1a and 1b is located in the shift register at the top of the SinGen 14bits LUT sub-VI. This shift register waits two iterations to increment a given accumulator value 1a. Between the iterations, another accumulator value 1b is computed from another accumulator increment 1b as illustrated in Figure V.26.

Figure V. 28

 28 Figure V.28. -The CASE 9 is automatically activated if a timeout occurred either while waiting for data from the signal generating function or waiting to write the data to the module then report the timeout to the HOST and stop the VI. Otherwise stop for an error or if all required samples have been acquired and written into the module.

Figure V. 29

 29 Figure V.29. -In the 120 freq40T sub-VI, the 120 sinusoidal signals are distributed onto the 16 electrodes. Each signal is routed to a pair of electrodes to create a full-scan excitation pattern.

Figure V. 30

 30 Figure V.30. -The Add 15freq sub-VI sums the 15 input elements to create an excitation signal. By calling the CASE 8, the Add 15freq sub-VI takes the negative of the signal routed to the highest labeled electrode to create a full-scan excitation pattern.

Figure V. 31

 31 Figure V.31. -The CASE 10 has 15 data input values F 1, ..., F 15 at the format I16. Another input n ∈ N selects which case between 15 possibilities for n = 1, ..., 15 with an additional default possibility for n = {1, ..., 15}.Here, n is the number of positive elements to sum. In the case where the default case is selected, the corresponding excitation channel has no signal.

Figure

  Figure V.32. -Structure of the FPGA AI VI. The left image is a global view of the VI as decomposed into the four screen-shots FPGA AI 1 (Figure V.33), FPGA AI 2 (Figure V.34), FPGA AI 3 (Figure V.35) and FPGA AI 4 (Figure V.36). The right image shows the treestructure details on the case structures. Each of these function is used to initialise and operate and acquire data with the four NI-9223 AI modules. The functions contain two case structures: CASE 11 Stop AI (Figure V.37), and CASE 12 Write AI FIFO (Figure V.38).

Figure

  Figure V.33. -The FPGA AI 1 contains the points a , b , c , d and e from Figure 4.2. There is one equivalent block of functions to initialise each of the four NI-9223 AI modules. In this caption, we describe the pre-initialisation steps: 1. Define the AI FIFOs configuration. There is one FIFO per channel, containing 1024 element implemented in block memory. 2. Call the Reset I/O function. When this call completes the module is ready to perform an acquisition using the User-Controlled I/O Sampling functions. The Reset I/O function must be called first to prepare the NI-9223 to use the other User-Controlled I/O Sampling functions.

Figure

  Figure V.35. -The FPGA AI 3 contains the points a , b , c , d and e from Figure 4.2. In this caption, we describe the Get I/O Read Status function: 6. Call the Get I/O Read Status function at the same rate as we call the Generate I/O Sample Pulsefunction. This will check the status of every sample we acquire. If an overwrite or sample gated event occur, report the status to the HOST and stop the VI. As in the FPGA AO VI, calling the Get I/O Read Status function is useful for development and debugging but is not strictly necessary for deployment if there is no variable timing in the application. In the above example, it is not possible to get a sample gated status unless the top loop's sample period is less than the minimum sample period supported by the module. However, this application could produce an overwrite status if the HOST VI cannot read from the DMA FIFO fast enough. The last step is described in the caption of Figure V.36.

Figure V. 37

 37 Figure V.37. -The CASE 11 is automatically activated in case of an error from three levels: I/O Sample Pulse initialisation, I/O Read Status control and Read I/O acquisition. If a timeout occurred either while waiting for data from the module or waiting to write the data to the AI FIFO in CASE 11 then report the timeout to the HOST and stop the VI. Otherwise stop for an error or if all requested samples have been acquired and placed into the AI FIFO.

Figure V. 38

 38 Figure V.38. -Write the acquired data from each channel into the AI FIFOs. The FIFO Write method would normally be placed in a loop but a loop in LabVIEW FPGA adds overhead and each iteration adds two ticks (2 µs) to the amount of time for it to complete. In order to complete each iteration of the while loop quickly enough to keep up with the 1 MS/s maximum rate of the NI-9223 AI module, this example removes the overhead of an additional loop by using a sequence of FIFO Write methods. The CASE 12 is automatically activated if one of the input is timed out. When it becomes true, it stops the data acquisition from all channels.The true case structure is made so it stays true once activated.

Figure

  Figure V.40. -The FPGA FFT 1 contains the points f and g from Figure 4.2. It contains the FDM process for the four channels of module 1:

Figure V. 41

 41 Figure V.41. -The CASE 13 is automatically activated with the verification that there is an element to read in the last written AI FIFO. When activated, it reads the new data from four AI FIFOs, corresponding to the four channels of a NI-9223 AI module. The FIFO Read method would normally be placed in a loop but a loop in LabVIEW FPGA adds overhead and each iteration adds two ticks to the amount of time for it to complete. In order to complete each iteration of the while loop quickly enough to keep up with the 1 MS/s maximum rate of the NI-9262 AO and NI-9223 AI modules, this example removes the overhead of an additional loop by using a sequence of FIFO Read methods.

Figure V. 42

 42 Figure V.42. -The CASE 14 is automatically activated with the verification that there is an element to read in the last written AI FIFO. Once activated, it computes the FFT point-by-point with the single channel, single sample input format (Figure V.44). The data acquisition rate of the ONE-SHOT method software is controlled by setting the number of points P to compute the FFT. According to the FFT algorithm, P must be a power of 2. In the version used for experiments in Section 4.4 and Chapter 5, the FFTs are computed over 256 data points, defining the spectral band of the excitation signals from f 1 = 3 906.25 Hz to f 120 = 468 750 Hz, and the DAQ rate of 3 906.25 fps. By setting P = 512 as considered in the preliminary studies of Chapter 3, the spectral band is half the bandwidth from f 1 = 1 953.12 kHz to f 120 = 234.375 kHz, and the DAQ rate of 1 953.12 fps. The advantage of reducing the spectral band is to diminish the effects of impedance dependancy to the frequency (Section 4.2.4).

Figure V. 43

 43 Figure V.43. -The CASE 15 is automatically activated if the output of the FFT is valid (Figure V.44). The function inside the true case converts cartesian coordinates into polar coordinates to extract the magnitude of the FFT outputs.

Figure V. 44

 44 Figure V.44. -Timing diagram outside the SCTL, i.e. single channel, single sample input format.

Figure V. 45

 45 Figure V.45. -The CASE 16 is automatically activated if the output of the FFT is valid and if the Fourier coefficient it related to one of the 120 excitation frequencies. Once activated, the fixed-point data is translated into an integer I32. This integer is joined to the Fourier coefficient k integer I16 and the electrode number n integer I16 by creating an integer I64 from the component bytes. This integer is M n (k) as defined in (4.5). In the true case of the above figure, the integer 2 refers to the electrode E 2 . There is 16 different cases structures as the one presented here, each one corresponding to an electrode E n with the corresponding integer.

Figure V. 46

 46 Figure V.46. -The CASE 17 is automatically activated if the FFT output from a given electrode is valid. Once activated, the acquired data is written into the DMA FIFO and send to the HOST.

Figure

  Figure V.48. -The FPGA FFT 3 contains the points f and g from Figure 4.2. It contains the FDM process for the four channels of module 4

Figure VI. 1 .

 1 Figure VI.1. -The FPGA AO VI for the COLTRANE method contains new structure in the while loop that generates the data points. The CASE A, CASE B and CASE C are used to create 16 arbitrary functions, containing the full set of simultaneous trigonometric excitations. The data is output by calling the Write I/O method to write data to the module. This function is configured to write a single sample to each channel on the module. Since this function waits for write buffer to become available, a generous but non-infinite timeout is provided. In the case of default 40 MHz top level clock, the timeout is one second. The acquisition loop is pipelined in order to complete each iteration quickly enough to keep up with the 1 MS/s maximum rate of the NI-9262 AO module. The limited number of operations in this new structure provides the opportunity to read the data from the LUT and write it in the same loop iteration.

Figure VI. 2 .

 2 Figure VI.2. -The CASE A is an equivalent to the DDS Sine Gen x10 2loops sub-VI in ONE-SHOT v3.2 (Figure V.25). However, each output is an arbitrary function, corresponding directly to the excitation signal at the electrodes E 1 to E 6 . These 6 electrodes are joined together to complete the 6 outputs on a single NI-9262 module. The I16 values on the left are the polar coordinates {θ n } of the electrodes {E n } in radian, directly converted into binary numbers of the size of the accumulator for fast processing into the FPGA.The true case is automatically activated by the Data Generated status that checks that the data have been generated in the corresponding module.

Figure

  Figure VI.3. -The CASE B is similar to CASE A for electrodes E 7 to E 12 .

Figure VI. 4 .

 4 Figure VI.4. -The CASE C is similar to CASE A for electrodes E 13 to E 16 .

Figure VI. 5 .

 5 Figure VI.5. -The CASE D is automatically activated if a timeout occurred either while waiting for data from the signal generating function or waiting to write the data to the module then report the timeout to the HOST and stop the VI. Otherwise stop for an error or if all required samples have been acquired and written into the module.

Figure

  Figure VI.6. -The SinGen 14bits LUT sub-VI is a function from ONE-SHOT v3.2 (Figure V.27).The simplification of the code in the implementation of the COLTRANE method consists in a reduced number of LUTs and hence, a reduced use of memory on the FPGA: It is not necessary in the new code to read at twice the generation rate of 1 MHz. In practice, the shift register at the top-left of the figure waits one single iteration to increment a given accumulator value instead of two.

Figure

  Figure VI.7. -Computation of the trigonometric excitation patterns for a given electrode, selected by the user on the top-left. According to (6.11), the general simultaneous trigonometric excitation pattern decomposes in space on a Fourier basis around the boundary ∂Ω and in time for the decomposition of the simultaneous signals for the FDM. The output vector contains a number of elements set by the user and is to be loaded in the corresponding LUT before compiling the FPGA VI.
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Table 1 .1. -Number

 1 of measurement and time for one frame under several excitation strategies and number of electrodes.

The Neumann-to-Dirichlet map

  

	Equivalently, the Neumann boundary conditions can be imposed, considering u to be
	the unique solution of (1.39):			
	σ	∂u ∂n	= g, on ∂Ω,	(1.56)
	with the additional requirement that:		
			uds = 0	(1.57)
			∂Ω	
	in order to define a unique solution. The Neumann-to-Dirichlet (NtD) map R σ is
	necessary to assess the voltage distribution from any given current-density distribution:
	R σ : σ	∂u ∂n ∂Ω	-→ u| ∂Ω	(1.58)
					.54)
	by using Green's formula. The so-called Dirichlet-to-Neumann (DtN) map Λ σ is an
	operator that links the imposed potential (1.52) to the measured current (1.53) on the
	boundary:			
			Λ σ : u| ∂Ω -→ σ	∂u ∂n ∂Ω	(1.55)
	By analogy with (1.50), the DtN map is the key to determine the current-density
	distribution arising from any given voltage distribution over the boundary.

  must be EIT measurement and image reconstruction written in terms of a non-constant current-density over the electrodes as:

	En	σ	∂u ∂n	= I n for s ∈ E n and n = 1, 2, ..., n e	(1.63)
			and σ	∂u ∂n	= 0 for s / ∈	ne n=1	E n	(1.64)

  "What does it mean to be a good person?"

			Aristote
	"What does it mean to be?"	Descartes
	"What does it mean?"	Nietzsche
	"What does 'it' mean?"	Bertrand Russel
	"What does it?"		C.S. Lewis
	"What?"	M. Darnajou (working on this chapter)

  Concerning the second term of the above equation, the integral is taken over the boundary ∂Ω. However, the current goes to zero at the insulated boundary and the Kirchhoff's law gives:

				∂Ω +2 δuσ n ∂u ∂n δV n dS -2 En	n σ ∂n ζ n dS = En ∂u	δu ζ n n	σ δV n I n . ∂u dS ∂n	(2.51)
	∂Ω	δuσ	∂u ∂n	dS =	n	ζ n	En	δu ζ n	σ	∂u ∂n	dS.	(2.52)
	Furthermore, integrating over the electrode E n gives:	
		n	δV n	En	σ	∂u ∂n	dS =		

.50) Mathieu Darnajou, PhD Thesis, October 2020 which associated to the weak formulation of (2.49) with w = δu gives:

Ω δσ|∇u| 2 dV + 2 n δV n I n .

(2.53) Therefore, from (2.51),

(2.52

) and (
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 2 Number of lines of code for the full-scan simulation of the sensitivity for different number of electrodes.

	n e Shared Solve_ne_elec Solve_ne_elecSum	Total
	4	385	132	40	557
	8	385	1119	291	1795
	16	385	7679	2172	10236
	32	385	55551	16877	72813
	64	385	∼ 400000	∼ 12000	∼ 520000

parallelised version of the code with thiner mesh refinement in suggestion for further development.

  + 2 

	+2	n	δV n	En	σ	∂u ∂n	∂Ω dS -2ζ Γ	δuσ S Γ δu ∂u ∂n ζ Γ σ dS -2 ∂n dS = n ∂u	ζ n n	En δV n I n + V Γ δI Γ δu ζ n σ ∂u dS ∂n	(2.63)
	The second, third and fifth terms are cancelling under the Kirchhoff's law:
				∂Ω	σ	∂u ∂n	dS =	n	En	σ	∂u ∂n	dS +	S Γ	σ	∂u ∂n	dS	(2.64)
	Therefore, from (2.63), (2.64) and (2.53):					
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  The quality of the images reconstructed by the ONE-SHOT method is an indicator that the hypothesis is valid in the scope of our applications.

1 , f 2 , ..., f ne-1 ) (4.17) where ζ(ω, f 1 , f 2 , ..., f ne-1 ) is a cross-frequency term. In my model, I make the hypothesis that ζ(ω, f 1 , f 2 , ..., f ne-1 ) Z(ω, f k ) for any 1 k n e -1 and k ∈ N.

  The Lost Of Coolant Accident (LOCA) in the hot leg

	Category	Description	1/Reac. year
	1 : Normal	Conditions that occurs regularly in normal oper-ation (e.g.: Bringing the reactor to full power)	∼10
		Occurrences expected to occur at least once dur-	
		ing the lifetime of a facility but which, in view of	
	2 : Expected	appropriate design provision, do not cause any significant damage to items important to safety	∼1
		or lead to accident conditions. (e.g.: Loss of	
		reactor coolant pump)	
		Occurrences not expected to occur during the life-	
	3 : Possible	time of a facility : Anticipated infrequent events requiring safety response (e.g.: Small LOCA :	∼10 -2
		Valves open)	
		Improbable occurences, not expected in nuclear	
	4 : Unlikely	reactor operations but provided for in the design	∼10 -4
		(e.g.: Large LOCA : main steam line break)	
		Extremely improbable scenarios, not anticipated	
	5 : Remote	in the design of the plant (e.g.: LOCA without	∼10 -6
		ECCS, total loss of site power)	

Table 5 .
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1. -Classification of occurrences and frequency of incident per reactor classified into five categories.
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 5 Details of the air and water flow rates for the first 40 flow pattern experiments

	#	Water flow kg/min	Air flow kg/min	Regime	Comments
		79.43	0.10	Plug	
		79.43	0.16	Slug	Border transition
		79.43	0.25	Slug	
		79.43	0.40	Slug	
		63.10	0.10	Plug	
		63.10	0.16	Slug	
		63.10	0.25	Slug	
		63.10	0.40	Slug	
		63.10	0.63	Slug	
		63.10	1.00	Slug	
		60.10	0.10	Plug	
		55.35	0.10	Plug	
		50.10	0.16	Plug	
		45.58	0.10	Plug	
		43.10	0.16	Plug	
		39.81	0.10	Plug	
		39.81	0.16	Plug	
		39.81	0.25	Slug	4-5s per slug response or longer, up to 7
		39.81	0.40	Slug	9s per slug response
		39.81	0.63	Slug	
		39.81	1.00	Slug	
		39.81	1.58	Slug	Slug flow type, transition phase between slug and annular
		25.12	0.16	Wavy	Pipe filled with water, small waves
		25.12	0.25	Slug	
					Can take up to 31 seconds to get slugs, made
		25.12	0.40	Slug	sure the buildup + slugs are present in the
					measurement.
		25.12	0.63	Slug	
		25.12	1.00	Slug	
		25.12	1.58	Slug	
		25.12	2.51	Annular	
		15.85	0.16	Wavy	
		15.85	0.25	Wavy	
		15.85	0.40	Wavy	Smooth waves
		15.85	0.63	Slug	Rare strong slugs and some slight waves
		15.85	1.00	Slug	Rough waves with intermittent slug like waves (not filling pipe)
		15.85	1.58	Wavy	Rough uneven waves
		15.85	2.51	Annular	
		15.85	3.98	Annular	Strong annular flow top pipe wet
		10.00	0.10	Stratified smooth	
		10.00	0.16	Stratified smooth	
		10.00	0.25	Stratified	
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 5 3. -Details of the air and water flow rates for the remaining 40 flow pattern experiments

	#	Water flow kg/min	Air flow kg/min	Regime	Comments
		10.00	0.40	Stratified	
		10.00	0.63	Wavy	
		10.00	1.00	Wavy	
		10.00	1.58	Wavy	
		10.00	2.51	Annular	Very close to wavy
		10.00	3.98	Annular	
		10.00	5.01	Annular	
		6.31	0.10	Stratified	
		6.31	0.25	Stratified	
		6.31	0.40	Stratified	
		6.31	0.63	Stratified	
		6.31	1.00	Wavy	
		6.31	1.58	Wavy	
		6.31	2.51	Wavy	
		6.31	3.98	Annular	
		6.31	5.01	Annular	
		3.98	0.10	Stratified	
		3.98	0.16	Stratified	
		3.98	0.25	Stratified	
		3.98	0.40	Stratified	
		3.98	0.63	Stratified	
		3.98	1.00	Stratified Very close to wavy
		3.98	1.58	Wavy	
		3.98	2.51	Wavy	
		3.98	3.98	Annular	
		3.98	5.01	Annular	
		2.51	0.10	Stratified smooth	
		2.51	0.63	Stratified Slightly rough surface
		2.51	1.00	Stratified Very close to wavy
		2.51	1.58	Wavy	
		2.51	2.51	Wavy	
		2.51	3.98	Annular	
		2.51	5.01	Annular	
		1.58	0.10	Stratified smooth	Almost no water in pipe
		1.58	0.25	Stratified	
		1.58	1.00	Stratified Very close to wavy
		1.58	1.58	Wavy	
		1.58	2.51	Wavy	
		1.58	3.98	Annular	
		1.58	5.01	Annular	

Table 5 .4. -

 5 Specifications of the PKL thermo-hydraulic experiment

	Scales	Elevations Volumes	1:1 1:145
	Power	Max. core power	2.5MW
	Flow	Flow rates	35 kg/s
	Max. Pressure	Primary Secondary	45 bar 60 bar
		Primary fluid	300 • C
	Temperatures	Sec. fluid	300 • C
		Max. rod cladding 750 • C
	the same as in PKL to use the same EIT sensor.	

Table 5 .5. -Load

 5 specifications of the EIT sensor for high pressure and high temperature experiments in the PKL and Benson thermo-hydraulical loops.

		Inner diameter D	128.20 mm
	EIT sensor	Outer diameter	286 mm
		Length L EIT	170 mm
		Number of rings	1
		Number of electrodes n e 64
	Electrodes	Angular size	5.3 mm
		Gap	1 mm
		Length L E	142.8 mm

Table C .1. -

 C Comparison of the performances of the novel ONE-SHOT and COLTRANE methods with three existing high-rate EIT systems based on TDM.

	SNR	(dB)	65.5 to 98.6	90	60		59.6 to 69.1	55.6 to 69.1		55.6 to 69.1	-
	NMS Frame Excitation rate (fps) frequency (kHz)	63 172 652 182.7 1 to 10 000	16 28 160 110 97.65	120 1 599 360 833 15		15 468,744 1 953.1 2 to 250	120 7 500 000 3 906.3 4 to 469		15 7 500 000 31 250 31 to 469	31 15 500 000 15 625 15 to 484
	n e Data size	64 15 ×	16 16 ×	16 16 ×		16 16 ×	16 16 ×		16 16 ×	32 32 ×
	System f acq (MS/s)	Phantom [Halter et al., 2008] 1	Phantom [Khan et al., 2015] 10	ProME-T [Dupré, 2017] 2	ONE-SHOT	-Preliminary [Darnajou et al., 2019] 1	-n e = 16 [Darnajou et al., 2020] 1	COLTRANE	-n e = 16, 2020 1	-n e = 32 (Prospects) 1
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Table V .2. -Details of compilation times

 V The details on the compilation times for the compiling steps are given in Table V.3. The device utilisation of the Xilinx's FPGA Kintex-7 325T [Xilinx325T Documen-

	Date submitted	20/04/2020 14:06 UTC+2
	Date results were retrieved 20/04/2020 17:01 UTC+2
	Time waiting in queue	08:48
	Time compiling	02:46:49
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B + n → 7 Li + α,(5.1) 

The ticks are defined by the onboard clock at 40 MHz. The precise value of 40 ticks is required to generate and acquire the data synchronously at 1 MHz.

pour toute ton aide.

A

Appendix

The Data Acquisition (DAQ) system Experimental results with static flows

Experimental results with static flows

The full implementation of the ONE-SHOT method is assessed on static experiments. The excitation software, the measurement software and the data format are these described in Section 4.1 and Section 4.2. The following introduces the measured data of two homogeneous and inhomogeneous static mediums in Section 4.4.1 and Section 4.4.2,respectively. Finally,the Section 4.4.3 introduces a model of the contact impedance and the hypothesis for the validity of this model.

Static homogeneous medium

An experiment is set up to measure the system response from a homogeneous medium. The test section is filled with water of conductivity σ = 635 µS•m -1 and a data frame is acquired. The data frame, with the same representation as in Figure 4.4 for the 120 magnitudes data points measured on the 16 electrodes is shown in The generated signals frequencies f k are chosen so as to maximise the image refresh rate. This is obtained by considering the FFT to be computed over P = 256 data points at f DAQ = 1 MS/s, with f 1 = (256 µs) -1 = 3906 Hz. Considering 16 electrodes, then N = 120 and the highest frequency is N f 1 = 468.7 kHz, which respects the Nyquist Mathieu Darnajou, PhD Thesis, October 2020 Fastly evolving flows experiment The other equipment, ECT sensor and gamma ray densitometry sensor, were not able to measure the bubbles.
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The simulation considered a gap δ opened between the peek material and the electrodes and the same gap between the peek material and the stainless steel pipe element. Several values of δ were considered between 0.05 to 0.95 mm. In real conditions, the space will not be constantly opened around the peek material, but the worth case is considered here. If the result predicts a low leaking current, then any other situations will be favourable. For a gap of 0.95mm, which is very large, the leaking energy component (Figure 5.19) is estimated to be 1.2% of the total energy in the system. During the LOCA scenario, steam can fill the gap, making an insulated layer that drops the leaking energy to zero. Depending on the thickness of the gap, an uncertainty of about 1% can be expected.

The case considered here between adjacent excitation is the largest effect of the leaking energy. All other independent measurements are expected to have an even lower effect on the measurement. The alteration of the total dataset of all measurements will be low and the effect of leaking energy can be neglected.

EIT measurements on the Benson loop

The tests on the Benson loop have been proceed from July 18 th to 20 th , 2019. The EIT sensor is placed horizontally on a pipe of length of 3 m, at 30 cm upstream of the outlet.

Test procedure

The phase fraction α of saturated water-steam can be estimated from the mass flow rate S = dm/dt and the steam quality χ, correlated to the heating power. Through monitoring S and the heating power, different volumetric void fractions could be obtained at certain pressures, as shown in Figure 5.20.

The preliminary plan is to perform three series of tests at 5 bar, 20 bar, 40 bar, separately. Three different mass flow rate are used at each pressure, that is, 0.15 kg/s, 0.4 kg/s, 1.0 kg/s. For each mass flow rate, 11 data points are selected with different values of χ. 

Measurement and output data format

The data points are the magnitudes of the Fourier coefficients in the n-electrode channel; i.e.

V meas n (p)e ikβp (6.6)

Each data point defines the current of one particular trigonometric pattern at one particular electrode. The set of the {M n (k)} for all n and all k is the EIT measurement data.

Practical excitation and measurement strategy

The practical implementation needs a detailed discussion on the signal frequencies and amplitudes.

Determination of the excitation frequencies

In this section, I suggest suitable values for the frequencies f i based on the performances of the DAQ system, which is the same as used to implement the ONE-SHOT method (Section 3.3) with 16 electrodes.

A first remark is that the sampling frequency f DAQ = 1 MS/s of the DAQ system imposes f i to be below the Nyquist limit: f Nyq = f DAQ /2 = 500 kHz. Secondly, continuous signals must be provided to keep the advantage on low error from the residual voltage resulting from the energy stored in the electrode-electrolyte contact impedance [Wang et al., 2005, Wilkinson et al., 2005, Dupré et al., 2017a, Dupré et al., 2020, Darnajou et al., 2020]. As in the COLTRANE method, the solution to generate continuous signals at different frequencies is to chose the signals to be harmonics of the lowest generated signal frequency f 1 .

The COLTRANE method for 16 electrodes consists in a set of excitation signals at 15 frequencies. Considering the sampling rate of 1 MS/s of the DAQ system, one solution for these frequencies consists of f i = if 0 for 1 ≤ i ≤ 15 where f 0 is the fundamental frequency.

Furthermore, the the fastest DFT computation can be chosen to be over P = 32 points since I consider only the positive outputs. It results in a data frame acquisition rate of 1 × 10 6 / 32 = 31 250 fps. This choice implies the lowest sinusoidal signal frequency f 1 to be the same as the DFT computation frequency. The highest frequency f 15 = 15 × f 0 is 468.875 kHz, below the Nyquist limit of 500 kHz for the considered system.

Determination of the excitation amplitudes

The voltage generation and acquisition modules are constrained within the range ±10 V. Considering the generation patterns given in Section 6.1.2, the amplitude A of the sinusoids must be much lower than the generated sum of sinusoids due to constructive interferences between them. On the other hand, the signal amplitude must remain as large as possible in order to reduce the SNR.
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Measurement and output data format Considering 16 electrodes, there is 15 different frequencies and the highest frequency is (n e -1) f 1 = 468.875 kHz, which respects the Nyquist limit f Nyq = f DAQ /2 = 500 kHz. In this setting, the image refresh rate is maximised at 33 250 fps with a full set of 15 trigonometric measurements per frame. It is important to point out that maximising the image refresh rate is at the price of a large bandwidth, i.e. a large difference between the lowest frequency f 1 and the largest frequency f 120 . As discussed in Section 4.2.4, the impedance shows an increasing dependency on frequency at higher range (f ≥ 10 4 Hz). This results is observed in Mathieu Darnajou, PhD Thesis, October 2020 List of Figures
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I.1. Functional spaces

The definition of the functional spaces over the region Ω gives information on the behaviour of the functions. The wide use of such spaces in numerous mathematical applications makes the general definition far from the application considered here. The idea in the following list is not to give a strict mathematical definition of each domain, but to understand the relation with the physical behaviour of the functions and variables.

• L ∞ indicates the functions that are bounded above. The L 2 domain is defined relatively to a norm and a scalar product: every function f ∈ L 2 (Ω) satisfies the following

In physics, a finite squared quantity means a finite energy. The set of functions f defined as above corresponds therefore to a set of functions of finite energy.

• C ∞ gives information on how smooth a function is. Furthermore, C ∞ ( Ω) indicates that the function defined on the closure Ω is infinitely derivable (smooth curve). This implies that there is no corner on the closure.

• H 1 is the Sobolev space which is a subspaces of L 2 . Similarly to L 2 , it indicates a bounded norm for the potential and the intensity e = ∇u. In EIT, it fixes a bound

Fourier spaces for a function f and its gradient ∇f under the following relation :

The space of traces (i.e. : on the boundary) is given by the trace operator γ D : H s (Ω) → H s-1/2 (∂Ω). Therefore in the EIT problem, u| ∂Ω ∈ H 1/2 (∂Ω), the space of traces of functions with finite energy and ∇u| ∂Ω ∈ H -1/2 (∂Ω).

The constraints given by the domains listed above makes the EIT problem simpler.

The assumption that Ω is a C ∞ domain requires the potential and the current to be smooth functions (forbidding angles and discontinuities) over the closure Ω. Therefore, the potential u(x) ∈ Ω and the current j(x) = -γ(x, ω)∇u(x, ω) ∈ Ω are periodic functions. The definition of j(x) here is given by the Ohm's law.

I.2. Fourier spaces

Fourier analysis gives a complete orthonormal basis B = {e j } j∈N with e j (x) = e i2π j T x (I.2.3) and T ∈ R + * , for any periodic functions g ∈ L 2 (Ω) that are decomposed over the eigenvectors with respect to the following : 

II.1. EIDORS V.3 features

The last version, EIDORS V.3 [START_REF] Adler | Uses and abuses of EIDORS: an extensible software base for EIT[END_REF], provides the following features:

• Generalized model formats to use the software for general configurations of the electrodes. Additionally, several functions are available to create common electrode and stimulation configurations, specifying the electrode positions, contact impedances, and stimulation and measurement patterns. The data depending on all these configurations can be used to reconstruct images.

• Multiple algorithm support to provide access of the algorithms from [START_REF] Adler | Electrical impedance tomography: regularized imaging and contrast detection[END_REF], Vauhkonen et al., 2001, Polydorides and Lionheart, 2002, Asfaw and Adler, 2005, Soleimani et al., 2006].

• Interface software for common EIT systems provides the ability to load from a variety of EIT hardware storage formats into the EIT data format.

• Usage examples are included from basic usage for the new user to more complex examples with various image reconstruction algorithms and combinaison of these.

• Test suite which includes a series of regression test scripts to allow automatic testing of code modifications. For instance an automatic validation function to calculate the Jacobian against an approximation of the Jacobian using the perturbation method.

Script to simulate EIT measurements

• Open source licence under the GNU General Public Licence. Users are free to use, modify and distribute their modifications.

• Sourceforge hosting allows the collaborative development while proposing a readonly access to everyone.

• Language independance to support multiple mathematical software packages. EIDORS can be implemented on MATLAB and OCTAVE [Eaton, 2008] to provide a full open source platform.

• Pluggable code base with function pointers to allow adding new modules and controlling which parts of functions are executed.

• Automatic matrix caching to offer the ability to automatically detect and reuse the objects that have already been stored in the previous computation. This is particularly utilisable to increase the performances of the image reconstruction software since it uses computationally expensive variables such as the Jacobian and image priors.

• Enhanced finite element model and graphical output are provided with functions for image presentation using the MATLAB graphic features.

II.2. Script to simulate EIT measurements

The following script is an example to simulate EIT measurements with EIDORS. The code is run with MATLAB.

% clear all; clc; run('C:\Users\cd252075\Desktop\Reconstruction _ 20180306\EIDORS _ Software\eidors\ startup.m') nelec= 16; nrings= 1; heigth=270; ring _ vert _ pos = [heigth/2.,]; conduct = 1; %% Direct problem -Reference medium %%ng _ mk _ cyl _ models(cyl _ shape, elec _ pos, ...elec _ shape, extra _ ng _ code); %%cyl _ shape= {height, [radius, [maxsz]]}; elec _ shape=[radius, 0, maxsz ]; %%maxsz (OPT) -> max size of mesh elems (default = coarse mesh) fmdl _ ref= ng _ mk _ cyl _ models ([270,25.5,5],[nelec,ring _ vert _ pos], [4,154.,2.] nodes=fmdl _ ref.nodes; v _ ref.elems=fmdl _ ref. elems; %% Reconstruction with EIDORS default imdl=mk _ common _ model('a2C',16); imdl.fwd _ model = fmdl _ ref; clear fmdl _ ref ; save('imdl','imdl','-v7.3') J = calc _ jacobian( calc _ jacobian _ bkgnd( imdl) ); save('J','J', '-v7.3') iRtR = inv(prior _ noser( imdl )); save ('iRtR','iRtR',; clear imdl;% rearrange the matrix hp = 0.10; iRN = hp^2 * speye(size(J,1)); % generate a sparse identity matrix B=(J * iRtR * J' + iRN); %save('B','B','-v7.3'); clear iRN; A=iRtR * J'; %save('A','A','-v7.3'); clear J; RM=A/B; save('RM','RM','-v7.3'); clear iRN J A B; %% for the calculation of v _ im numerically for L curve analysis (temp?) % x _ cyl='00';y _ cyl='00';R _ cyl='20'; % extra={'ball',horzcat(['solid ball = cylinder(',x _ cyl,',',y _ cyl,',0;',x _ cyl ,',',... % y _ cyl,',200;',R _ cyl,') and orthobrick (-50,-50,0;50,50,190) -maxh=1;'])}; % fmdl _ im = ng _ mk _ cyl _ models ([heigth,50,5] FreeFEM++ provides a wide variety of functions. For more information, please refer to [Hecht, 2012].

III.2. Script for leakage simulation and energy estimation

/////////////////////////////////////////////////////////////////// // EIT simulation in a square domain // //Computation of one source/receiver config. with grounded edges // /////////////////////////////////////////////////////////////////// string Name="LeakageCurrent"; // Build the mesh mesh Elec = buildmesh(CElec1(-NonElec)+C1(-NonBorder)+CElec2(-NonElec)+C2(-NonBorder)+CElec3(-NonElec)+C3(-NonBorder)+CElec4(-NonElec)+C4(-NonBorder )); //plot(Elec,wait=1,cmm="Mesh") ;
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IV.1. Computation of the ONE-SHOT method excitation pattern coefficients

The validation of (3.38) is made with the following MATLAB script: clear all; ne = 16; for k=1:1:ne 

IV.3. Computation of the COLTRANE method sign matrix

The following MATLAB script is used to compute the trigonometric sign matrix for the COLTRANE method with any number of electrode: The software version presented in this work is ONE-SHOT v3.2. An history of the previous versions can be found in Table V.1. During the development, many tests concerned the cadency of the AO and AI at 40 clock ticks, i.e. the generation and acquisition at 1 MHz for a 40 MHz clock.

The following will overview the LabVIEW code of the last version of the ONE-SHOT method software: ONE-SHOT v3.2. In the LabVIEW jargon, a page of code is referred as a Virtual Instrument (VI).

The ONE-SHOT v3.2 is decomposed in two VIs, the HOST VI in Section V.1 and the FPGA VI. The FPGA VI is decomposed into three parts: the FPGA AO in Section V.2, the FPGA AI in Section V.3 and the FPGA FFT in Section V.4. These three parts are all compiled together on the same FPGA chip. The compilation process and compilation results are presented in Section V.5. Along this section, the reader is invited to make the parallel with the schematic representation of the AO and AI logics in 2. Configure the FIFO depth such that it will hold a little more than 2ms worth of data. Then, start the DMA FIFO.

3. Wait for the FPGA VI to send an interrupt signaling its readiness and acknowledge that interrupt. This handshake is necessary to ensure that the FPGA VI is ready to begin acquiring data and the HOST VI has started the DMA FIFO. 4. Set the accumulator value for the 120 frequencies. Signal the FPGA VI that the HOST is ready to start the operation. The accumulator values could be placed in a single vector containing 120 elements. This impossible as explained in the FPGA AO Section V.2. The algorithm for the image reconstruction uses a MATLAB script as shown in Figure V.14. For the sake of optimising the image reconstruction speed, the mesh elements of the image are squared pixels. The number of nodes should not be too large with respect to the number of independent measurements to avoid the inverse-problem becoming ill-posed. On the other hand, the number of nodes should not be small since the image would lose information. In our case, the number of nodes should be around 1920.

Details of the HOST VI

In this thesis, I focus on high speed data taking and not optimal image reconstruction which is a topic considered in [Dang, 2020]. By taking a round image with 39 × 39 square pixels, the number of nodes is 1253, the same order of the number of independent measurements.

The code calls six inputs:

• x: Vector of length 1253 containing the x-coordinate of every node.

• y: Idem for the y-coordinate.

• new_RM: This matrix is the Jacobian function J as defined in 1.81. It contains 1253 × 1920 elements and is computed from information on the geometry of the sensor (Electrode number, electrode size, pipe diameter, ...). The new_RM matrix as well as the x and y vectors are computed with EIDORS. The script to obtain these values is given in Appendix IV.2.

• SignalSign: This is the Sign Matrix as defined in (4.11).

• data: A data frame is a matrix containing 16 × 120 elements and is renewed at each iteration of the loop.
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• FullRefdata: The reference data frame is saved by the user when using the CASE 6 (Figure V.15).

The first four inputs are loaded by HOST 1 when the VI initialises. The two last inputs are online variables. From these inputs, the image reconstruction algorithm can be implemented online in a MathScript RT module engine operated by LabVIEW. The MathScript node is shown in for i= [1:120*16] deltaV(i)=(ima(1+(i-1-mod(i-1,16))/16,1+mod(i,16))-ima(1+(i- for i=[1:length(ima_data)] ima(x(i),y(i))=-ima_data(i); end image=abs(ima.');

Here, the line 5 has two tasks: Firstly to compute deltaV, the difference between the measured data and the reference data. Secondly to create a vector of length 1920 from the data matrix to multiply to the Jacobian matrix in line 5.

Let be V the data matrix that contains the set of voltages {V meas n } at the boundary of the domain Ω for the N linearly independent measurements. Regarding the measurement circuit configuration (Figure 3.10), V is related by Kirchhoff's law to two sets of voltages. Firstly, to the reference voltages V ref with its elements V ref n measured over the boundaries of the R = 100 Ω resistor connected to the the n-th electrode. Secondly, to the excitation voltages V exc n imposed on the resistor. The relation follows:

The voltage variations ∆V are obtained from a set of reference voltages measured over the resistor:

and image voltages:
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Details of the HOST VI

The voltage variation between electrodes n and m follows:

where the excitation voltages cancelled. The outputs of this code are an error message and a round image of 39 × 39 pixels. The image is displayed on the front panel (Figure 4.6) and is updated online if the case 3 (Figure V.11) is set on true.

V.2. Details of the FPGA AO

The logic of the FPGA AO VI is shown in This structure is used to confirm that the NI-9262 AO module is ready to write samples before generating them.

Details of the FPGA AO 1. Compute the 120 sines at 120 different frequencies. In order to reduce the BRAM on the FPGA, two accumulators are send in parallel to the same LUT in a while loop iterating at least at the rate of 2 MHz.

2. Merge all the data into 6 vectors. Each vector contains 20 signal values at a given time. The size of these vectors is a balance between the maximal size of vectors accepted by the FPGA and the maximal number of inputs in the 120 freq40T

sub-VI inputs.

3. Sum positive and negative signal values to create 16 arbitrary functions that are send to the 16 electrodes. 4. Call the Write I/O method to write data to the module. This function is configured to write a single sample to each channel on the module.

Since this function waits for write buffer to become available, a generous but non-infinite timeout is provided. In the case of default 40 MHz top level clock, the timeout is one second. The acquisition loop is pipelined in order to complete each iteration quickly enough to keep up with the 1 MS/s maximum rate of the NI-9262 AO module. For this reason, the data write that is computed in the previous functions is immediately passed into a shift register and written to the respective channels in the next iteration.

Details of the FPGA AI Compilation of the FPGA VI The practical implementation of this excitation pattern based on a new structure is discussed in Section VI.1 with a description of the software architecture for the generation of these signals. The Section VI.2 details the compilation of the new FPGA VI with a comparison with the compilation of ONE-SHOT v3.2.

VI.1. Details of the FPGA AO

The main difference with ONE-SHOT v3.2 is located in the FPGA AO VI (Section V.2). More precisely, it is located in the while loop iterating at 1 MHz to generate the data points on the 16 output channels in 

VI.2. Compilation of the COLTRANE method software FPGA VI

This section gives the latest compilation result of the FPGA VI of the COLTRANE method software. I am interested in comparing the new AO structure compilation to the compilation of the FPGA VI of ONE-SHOT v3.2 in Section V.5. The two FPGA VIs were compiled on the same LabVIEW FPGA cloud compile service with the same compilation tool Xilinx Vivado 2015. 4 (64-bit). The FPGA VI of the COLTRANE method software were submitted the 05/05/2020 at 13:21 UTC+2.

All Xilinx options: implementation strategy, design optimisation directive, placement directive, physical design optimisation directive and routing directive have been selected to default as no particular specification is required. The job identifier is Vnr812v and the working directory is C:\NIFPGA\compilation\v19.04.04-V3.0_FPGATarget2_-191203TrigoEIT16_azxq5Bxq7nI on the server.

The compilation successfully completed with the compilation timing given in Table VI.1. . and Gratkowski, S. (2009). Weighted sum method and genetic algorithm based multiobjective optimization of an exciter for magnetic induction tomography. In VXV International Symposium on Theoretical Engineering, pages 1 -5.
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